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ABSTRACT 
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Foreword 



We welcome Darticipants from fifty nations of the world to the 1988 
World Congress on Medical Physics and Biomedical Engineering. 
This Congress is a joint meeting of the International Federation for 
Medical and Biological Engineering (IFMBE) and the International 
Organization for Medical Physics (lOMP), which are joined together 
in the International Union of Physical and Engineering Sciences in 
Medicine. It is the first time this joint meeting has been held in the 
United States, although the IFMBE has had previous international 
conferences here in 1961 and 1969. The host organizations from the 
United States are the Alliance for Engineering in Medicine and 
Biology (AEMB) and the American Association of Physicists in 
Medicine (AAPM). Meeting with the World Congress is the Interna- 
tional Conference on Mechanics in Medicine and Biology. We 
welcome their participation as well as the participation of the Cana- 
dian Association of Physicists and the Canadian College of Physicists 
in Medicine. Although the AEMB involves 20 constituent societies, 
the Biomedical Engineering Society and the IEEE/Engineering in 
Medicine and Biology Society have been particularly active in 
organizing scientific sessions. In addition to the scientific program, 
there is a large commercial exhibits program, and we appreciate the 
participation of these exhibitors and the support they have provided 
for the World Congress. We are particularly appreciative of the ef- 
forts of the staff of the AAPM and AEMB and for the volunteer help 
from members of both organizations. The tireless attention of Dr. 
Davic^ Kopp, Secretary General of the Congress, to innumerable 
details deserves special praise and thanks; the meeting would not 
have been ai> valuable without him. We also are appreciative of the 
support provided by our own institutions. 



Co-Presidents 



Gary D. Fullertou, Ph.D 
University of Texas Health 
Sciences Center at San Antonio 



Robert M. Nerem, Ph.D 
Georgia Institute of Technology 



August 1988 
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Greetings! 



The Alliance for Engineering in Medicine and Biology and the 
American Association of Physicists in Medicine welcome you to San 
Antonio, to the United States, and to the 1988 World Congress on 
Medical Physics and Biomedical Engineering. We anticipate that this 
will be the largest meeting of its kind ever held and we are pleased to 
have the support of a very large number of exhibitors. A diverse 
scientific and educational program is planned which we trust will pro- 
vide a forum for the exchange of information and experiences. An 
excellent social program is also planned by our experienced Texas 
hosts. We hope that this meeting will be fruitful and your stay en- 
joyable. We are happy to have you as our guest! 



Gary T. Barnes, Ph.D 
President, AAPM 



Arthur T, Jonnson, Ph.D 
President, AEMB 



Preface 



We welcome you to the 1988 World Congress on Medical Physics 
and Biomedical Engineering. The process of developing the scientific 
program has been exciting and rewarding for us and we hope that 
the week of the Congress is equally as exciting and rewarding for 
you. 

The 1988 World Congress presents a record-breaking program 
with respect to the numbers, excellence and diversity of scientific 
papers, symposia, short courses and exhibits. Over 1950 abstracts 
were submitted to the scientific program committee from 43 coun- 
tries. From outside the USA and Canada, there were excellent 
responses from Austria, Brazil, China, France, West Germany, In- 
dia, Italy, Japan, The Netherlands, Spain, Sweden, and the United 
Kingdom. We would like to especially thank the participants in the 
scientific program and the vendors exhibiting products at this 
meeting. 

The theme of the Congress, Challenges for the Year 2000, is a 

reminder of the challenges, many of a global nature, which confront 
us. These problems will only be successfully addressed through the 
efforts of oar world community and a recognition of our universal 
responsibilities toward b.^ilter, more widely distributed and less ex- 
pensive health care, and a continuing concern for the well being of 
each other and for our n^other earth. 



Alfred R. Smith, Ph.D 
Co-Chairman for 
Medical Physics 



John W. Clark, Ph.D 
Co-Chairman for 
Biomedical Engineering 
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As these proceedings go to press, all signs point vo a very successful 
World Congress on Medical Physics and Biomedical Engineering. I 
received over 1900 inquiries about the Congress from individuals 
representing 54 countries. Submission of over 1700 regular abstracts 
and several hundred works-in -progress further demonstrated this 
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Sv8ction I 

Plenary 
Sessions 



Pl.l 

Medical Research and the Future of 
Manned Space Flight, C. L. Hun toon, 
Space and Life Sciences Directorate, 
NASA/ Johnson Space Center, Mail Code 
SA, Houston, Texas 77058, United 
States. 



One of the most complex challenges to medical 
science in the twentieth century is to make 
liuman habitation possible in space and on other 
planets. Over a 30-year period, the physiologic 
response of humans to space flight has been 
investigated during short flights, flights of 
more than 300 days, flights to the Moon. Most 
of the systems of the body are affected in some 
way by conditions of space flight, but research 
has qiven us hope that the most serious problems 
can be circumvented. Space medicine and tech- 
nology have advanced to the poirtt where continu- 
ous human habitation of low Earth orbit is 
becoming a reality and a manned mission to Mars 
is being discussed. In this session we are 
going to hear about medical findings from long- 
and short-term space flights, as well as what it 
is like to live and work in microgravity and 
some of the experiments planned for future 
flights. 



P1.2 

The German D-Spacelab Missions: Opportunities for 
International Life Sciences Research in Space, KarI.E. Klein, 
OFVLR institute for Aerospace Medicine, D-5000 Koln, FRG 

To utilize the opportunity "microgravity" is ofi.ring for studies of 
basic phenomena in fluid physics, material sciences, biology and 
medicine, the Federal Republic of Germany has initiated a series of 
microgravity rtiissions with Spacelab. The first one, Spacelab 
Mission D-1, orbited the earth between 30 October - 6 November 
1985. it had three European Scientists on board, specially trained 
to operate a payload compiled from proposals of seven European 
countries and the USA. For the first time, science crew training, 
experiment integration and payload operation control occured 
outside of the USA, i.e. in Germany. 

From a total of 75 experiments one third was devoted to studies in 
the life sciences with the main objectives being cell functioning, 
developmental processes, gravity perception, cardiovascular adap- 
tation and cognitive behaviour. Most of the results were of high 
scientific interest, some even unexpected. Among others, they 
have 

- shown evidence, that - against a long-standmg opinion • 
gravity effects unicellular systems (like bacteria), 

- indicated a synergistic negative effect of microgravity and 
cosmic radiation on the development of an insect, and 
produced data appropriate to strongly question hypothesis on 
human vestibular organ responses, valid since many years. 

The second mission in this series, the German Spacelab Mission 
D-2, originally planned to fly in 1988 now is scheduled for 1991. 
Again, the payload will be microgravity oriented and will contain 
experiments from many countries, including Japan and the USA. 
The Life Sciences are represented with three payload elements, 
including a human physiology research device "ANTHRORACK", 
and a "BIOTEX"for biotechnology studies. 



P1.3 

Science Operations in Space, Bonnie J, 
Dunbar, Mission Specialist Astronaut, 
NASA-Lyndon B» Johnson Space Center, 
Houston, TX 77058. 

Throughout the course of human exploration in 
space, astronauts have been an integral part of 
scientific experimentation • During the Apollo and 
Skylab programs, astronaut crews conducted scien- 
tific investigations both as initiators and as ex- 
tensions to ground-based principal investigators • 
Experiments were conducted in a variety of disci- 
plines: human physiology, astrophysics, fluid phys- 
ics, botany, biology, and materials science. The 
advent of the Space Shuttle program and Spacelab 
flights has brought more sophisticated experiments, 
increased demand of experiment and crew time, and 
the need to optimize the human element with auto- 
mation. Lessons learned with respect to experiment 
protocol, hardware design, operations, and "in 
flight" maintenance will be discussed* 
Recommendations for the development of the Space 
Station e/.periments will also be reviewed* 



P1.4 

Status of Japanese Spacelab (SL-J) Experiments 
Chiaki Mukai, National Space Development Agency 
of Japan, 2-4-1 Hamamatsu-cho, Minato-ku Tokyo 
105 Japan 

The SLJ mission is the first step of Japanese 
full-scale space experiments that utilize the 
characteristics of the space environment. Thirty- 
four experiments (22 on material processing and 12 
on life science) from Japan and several from the 
U.S. are scheduled to be performed aboard space 
shuttle/spacelab in 1991. 

Material processing experiments will produce new 
materials in the fields of compound semiconductors 
and metal-based composits. These experiments will 
develop space and earth-based processing tech- 
nology and investigate physical phenomena such 
as Marangoni convection and gas evaporation. 

Life science related experiments are dedicated to 
fields of biotechnology (free flow electrophoresis, 
crystal growth of enzyme, cell culture) and 
biological adaptation to space environment 
(vestibular function, perceptual-motor function, 
visual stability, calcium metabolism, endocrino- 
logy, radiation biology, circadian rhyohm). 

SLJ mission status including ground-based control 
data and hardware for these experiments, 
especially those focused in the life science 
field, will be discussed. 
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P3.1 

PROBLEMS CONCERNING THE DEVELOPMENT OF KEDICAL PHYSICS IN LAT- 
IN AKERICA, Carlos E. dc AUeida, SSDL/Rio de Janeiro-Brazil. 

In the last decades oedical physics in Latin Aoerica have ia- 
proved considerably, nevertheless it is coacon understanding 
that there is stUl a long way to go in order to reach a de- 
sirable level of (juality. With the advent of linear accel- 
erators the d^pand for physicists in radiotherapy have incre- 
ase'i but unfortunately in diagnostic radiology and nuclear 
aedicine H has b^en iuit> stationary regardless to the fact 
that sophisticated technology has been introduced i.e. CT, 
SPECT. NHR and ULTRASOUND. The creation of the SSDL in se- 
veral countries ha* been ve»y positive in establishing tra- 
ceability to the af ..sureaents uS well as to serve as supr^rt 
for training. The absence of foraal training centers with 
the support of International Crgaiiizations contribute to the 
increase lack of appropriate education. Several physicists 
sent abroad for training have either not returned of changed 
jobs or position in their own organization due to lack of 
scientific motivation or salary. Regional projects i.e. 
Arcal/IAEA oust be explored in order ♦;o stinulate the exchan- 
ge of experiences well as the Nuclear Inforaation Centers to 
ainiaize the difficulties in ac ^ss current scientific papers. 
The Latin Aaerica situation still deserves aore coordinated 
efforts in the areas of training. QA orograas, research and 
a better recognition by the national authorities of the io- 
portant role played by aedical physics to society. 



P4.1 

Expanding the Extraction of Diagnostic 
Information from the Body, Gary D. Pullerton and 
Jack L. Lancastf r, Radiology Department, 
University of Texas HSCSA, San Antonio, TX, USA 

Positron emission tomography (PET), nuclear mag- 
netic resonance imaging (MRI), and other computer 
imaging techniques dramatically expand the range 
of diagnostic information. In spite of this many 
physicians and scientists remain unaware of the 
broader range of physical parametei.s available to 
provide anatomical and physiological images of a 
patient. X-rays were limited to images of den- 
sity variation with small overlays of atomic num- 
ber information. MRI images proton density modu- 
lated by Tl and T2 parameters determined by mo- 
tional characteristic of biomolecules and asso- 
ciated water. But it can also be used to create 
contrast related to flow. Both PET and MR can be 
used to image the biodistribution of isotopically 
enriched metabolites. We now have the possibil- 
ity of imaging in vivo physiological processes. 
The location and point of effect of labeled drugs 
can be followed directly. Thus modern medical 
imaging has not only application as a provider of 
anatomical pictures but also as a means of 
following complex biochemical processes. Such 
applict^tions, however, demand an understanding of 
human biochemistry and organ pathologies that 
pushes the limits of present understanding. Full 
diagnostic and therapeutic use of these new 
imaging devices presents a scientific challenge 
of great import for the year 2000. 



P3.2 

MEDICAL PHYSICS AND BIOMEDICAL 
ENGINEERING IN ARGENTINA: CHALLENGES FOR 
THE YEAR 200C. Max E. V a 1 e n t i n uz z i , 
B i o i ngeni e r la , Universidad Nacional de 
TucumAn, (UNT), cc 28, sue 2, (4000) 
Tucum&n, Argentina. 

Adequate health care on a widespread 
basis poses a major problem in Argentina* 
It faces largo geographical distances, 
poor communication and telecommunication 
systems, and serious insufficiency of 
economic resources* The current situation 
of our health care system (without 
considering a few advanced and well 
equiped centers, usually located in big 
cities) can be labeled as distressing and 
of serious concern, specially if children 
health, prevention of diseases, early 
diagnosis anJ emergencies, taking into 
account regional pathologies, are 
consiuered as priorities. This setting 
brings us to evaluating a possible high- 
tech high-cost oriented health care 
system versus a low-tech low-cost one. 
The first will benefit in all probability 
a medium to high income minority group in 
a relatively narrow band of pathologies, 
making believe that the system is among 
one of the best systems on an 
international scale. The second, instead, 
will probably benefit a low income 
majority in a wide spectrum of diseases. 



P4.2 

Manipulating Tissue Parameters and Wagnostic 
Datfa to Yield Increased Diagnostic Information, 
William R. Hendee, Vice President for Science anfl 
Technology, American hedical Association, 
Chicago, IL, USA 

Improved diagnostic capabilities of modern 
imaging methods depends to a large extent on the 
possibility of influencing contrast properties ox 
the body by new receptor specific pharmaceutical 
or contrast agents. These materials provide 
agents to manipulate diagnostic data to reveal 
subCle details of the patients response. This 
presentation will project this topic into the 
future to look at ways to combine information, 
match images to observer characteristics, and use 
"smart" devices and other computer -level 
techniques as an aid to the diagnostic process. 
It will also look at our current understanding of 
how we detect and process visual data, and how we 
need to improve that understanding to accommodate 
new techniques such as 3D displays, computer 
visualized images, and other diagnostic aids. 
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P5.1 

Clinical Readiness and the Artificial Heart 
John T. Watson, National Institutes of Health, 
Natio« il Heart, Lun9, and Blood Institute, 
Bethesda, HO, USA 

CnniMl Rgj^dinest and the ArUfUUl Hgan 

Total irortalUy fjr^ cardiovascular dhease continues to decline while the 
Incidence and prevalence of end-stage heart disease continues to Increase. 
Congestive heart feliUrft Is no>* the ration's nuaber one listed Diagnosis 
Related Group. Presently, biologic or nec^anical replacement of cardiac 
function arc the only treatwnt options for Ond-stagc ^eart disease. 
Cardiac transplantation is eminently successful, but Its application is 
litaited by donor availability lo several huncred procedures per year. It 
Is estioated that additionally 17,000 to 35,000 patifnts per year belOM agf 
70 MOuld benefit frou an effective, safe, fully Inpl^ntable enechanlcal 
circulatory support device* 

The research, developaent and reliability testing of electrically powered 
inplantable ventricular assist devices is nearlnQ ccflT)letion. Powered by 
elcctro-chwfcal batteries, these systeess are now being tested for p«tient 
safety in laboratory and dn(:»al tests. These systems represent a noM 
frontifr fcr technological coctplcxity and reliability never before required 
for an inplanted cardiovascular device. Further, these systens reouire \ 
autonatic control that nust oeet the daily circulatory reQui regents of the 
iiRoiant recipient for a period of two years of uninterrupted function. The 
next inrediate goal Is systecs that operate effectively for five years and 
eventu Ily for ten years or longer. The quality of life and longevity of 
current cardiac transplant recipients Mill provide th^ bencheiarks for 
inplantable cechanical circulatory support devices to erulate la the 
future. 

The crgoing Uevice Readiness Testing Program Is desloned to provide 
laboratory reliability and anliaal test data that will desionstrate that an 
irplantable VAS Is ready for clinical evaluation 1r huoan patients. Txflve 
systems are undergoing two year bench testing on a nock'^loop. Success Is 
being measured by an 80l reliability at a 70X confidence level. For a 
sanpie size of 1? thi^ rppr»sents ze o or one system failure. A failure 
being defined as a ^'egradation of cardiac output to less than 4 l/nin for 
over 60 seconds. VAS pe.'forwnce will be validated in aniwls during acute 
studies of transient bfhavicr and twenty-five nonth» of chronic investi- 
gations. 

Having convincingly shown that the VAS works effectively in the laboratory 
and saf«1y in aninals, a clinical evaluation will be initiated In patients 
with cnd-'itage heart disease and for when there Is no alternate therapy. 
The prograa will have a VAS production center and probably two clinical 
centers' perfomlng 20 implants per center* 
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MPSCl. 

Artificial Intelligence and Expert 
Systems in Medicine. J. A. Siegel, 
Temple University Hospital, 
Philadelphia, PA 191A0 

Since the development of digital computers, there 
has been a growing interest in the creation of 
"intelligent" computers. Machines that use com- 
plex information in intelligenc ways are said 
to exhibit artificial intelligence (AX). AX Is 
a branch of computer science concerned with the 
study of: 1) methods for knowledge representation 
and 2) techniques for searching that knowledge 
in order to derive Intelligent conclusions. Xts 
major areas of application include natural language 
processing, robotics » machine vision, and expert 
systems. An expert system is a rule-based computer 
algorithm, consisting of a knowledge base and 
an inference engine » designed to emulate the 
decision-making behavior of an expert in a specific 
field or domain. Several expert systems respons- 
ible for the birth of AX in medicine (AXM) have 
been developed. Some of these have been so popular 
that their frameworks or shells (a shell is essent- 
ially the expert system without its knowledge 
base) are now commercially available. These shells 
arc currently being used to develop many new ex- 
pert systems in medicine. This course will include: 
1) a historical perspective of AI, 2) the funda- 
mentals of expert systems, 3) the languages of 
AX, and 4) the use o£ AXM. 



MPSC2. 

Medical Laser Concepts and Applications 
Daniel R. Doiron, Ph.D.* Laserguide, Xnc. 
Santa Barbara, CA 93117 

The firsn and still the largest area of application 
is in ophthalmology, but other areas of application 
are increasing and expanding rapidly. The use of 
carbon dioxide lasers for vaporization of tissue is 
standardly used in various surgical specialties. 
The high power Nd:YAG and argon lasers are finding 
{significant applications in endoscopy because of 
their deliverability using small optical fibers. 
These lasers are primarily used for coagulation, but 
since the introduction of contact delivery systems 
they are now being used for vaporization and cut- 
ting. New lasers and medical applications for them 
are beginning to take advantage of the lasers p^ten- 
ial of producing very short pulses with extremely 
high peak powers. Applications such as laser litho- 
tripsy and angioplasty are examples cf these new 
applications. Xn addition, the monochromatic and 
possible tuneability of the laserc is now being 
used in areas such as Photodynamic Therapy and the 
treatment of birth marks and tattoos. A description 
of the various lasers, their characteristics and 
applications, will be presented. 



MPSC3. 

Hyperthermia Dosimetry 

L.H. Gerig, Ontario Cancer Foundation 

Ottawa, Ontario, Canada KIH QhS 

Clinical hyperthermia for cancer therapy 
is the process of elevating wumor bearing 
tissues to a temperature in the range 
42^ -> 45«* for a specified time. 
The clinical importance of hyperthermia 
as an effective synergistic adjuvant to 
cancer radiation therapy or chemotherapy 
is becoming clear* Without adequate 
thermal mapping, hyperthermia will never 
realisse its full potential. 
This Khort course will describe various 
techniques for temperature measurement 
and the problems associated with the 
techniques. A detailed analysis of the 
clinical use of invasive thermometry will 
be given* The course will discuss the 
factors which influence the temperature 
reported by an invasive thermometry 
system and will describe how problems of 
measurement error can be overcome* 



HPSC4. 

Quantitative Techniques Utilizing Computerized 
Radiologic Imaging Instrumentation. 
Stephen R. Thomas, Department of Radiology, 
University of Cincinnati, Cincinnati, OH A5267 

Along with the capability for implementation of 
well recognized functions (e.g. image 
reconstruction, display manipulation, dir*^cal 
archiving, etc.), computerization of radiologic 
im aging modalities has offered the promise of 
providing quantitative information. Three 
principal categories for quantitation are : (a) 
spatial, (b) temporal, and (c) feature 
characterization. Frequently, the defined 
parameters of interest cross category boundaries 
and incorporate mulciplc facets. This course will 
review the theoretical objectives, procedural 
methodology , 1 imitat ions and pract ical clinical 
utility for various quantitative imaging 
techniques including: 1«) X-ray CT: xenon enhanced 
cerebral blood flow, bone mineral densitometry; 2) 
SPECT: regional quantitation of absolute 
radioactivity, spatial distribution; 3) PET: 
tracer kinetic models applied to physiologic, 
biochemical and hemodynamic processes (e.g. 
cerebral blood flow or volume, metabolism, oxygen 
extraction ratios, receptor density, 
neurostimulated foci); A) ultrasound: tissue 
characterization through back scatter analysis, 
doppler quantitation of flow velocity; and, 5) 
magnetic resonance imaging: tissue differentiation 
through calculated relaxation parameters (11, T2), 
spectroscopic analysis of metabolic components* 
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MPSC5. 

Requlre»nents in radlolmnunotherapy , 

S-E Strand, Radiation Physics Department, uund 

University, S-221 85 Lund, Sweden 

The limiting factor in radioimmunotherapy is the 
absorbed dose to normal tissues. Therapy, using 
radiolabelled monoclonal antibodies, reqt^ires a 
proper dose calculation, involving the radiobiolo- 
gical effects on tumor and normal tissues. The 
dosimetric considerations must involve the tumor 
geometry i.e. large tumors, snail tunoxs, mlcrone- 
tastases or circulating cancer cells. 

Very few published papers on the possibili- 
ties for radioinmunothexapy , however, have been 
focused on the dosimetry, coupled to radiobiologi- 
cal considerations. Ihe aim of this course is to 
review the most important parameters nessesary to 
take into consideration m radloimmunotherapy . 

The review will include such parameters as 
different mouoclonal antibodies, selection of 
therapeutic radionuclides, antigen expression on 
tumor cells, biokinetics in vivo , compartment 
analysis, absorbed dose calculations, oose plan- 
ning, dose rate, radiation biology, ttc. 



MPSC6. 

Biomagnetism: Principles and ;^lications in the 
Study of the Human Brain, Gian Luca Rocnani* Istitu- 
to di Fisica ^5edica, Uni\'ersita» di Chieta, and In- 
stitute di Elettronica dello Stato Solido - CNR/ Via 
Oeneto Ranano 42, 00156 Rxna- ITALY 
Hie investigatiC9i of the physiology and pathology of 
the human brain by neuronagnetic neasur«nents is pro- 
viding impressive results and o^- raising increasing 
interest fron the clinical world, ihe state of the 
art of instrumentation perndts to detect the spaticil 
distribution of magnetic fields over the scalp by 
ineans of 'imiltachannel' systans featui-ing a few ad- 
jacent inagnetac sensors. Eacii of these neasuring 
units consists of a si;perconducting inagnetcrcter, 
nanely a (dc) SQUID, and a superconducting detection 
coV . Ohis k'nd of instrumentation is only partially 
satisfying, in that :i sequential positioning of the 
sensors over adjacent regions of the scalp is reqvir- 
ed to detect the whole field distributiai associated 
to a specific source, with significant limitations 
♦•o the measurement itself. Nevertheless ^ inportant 
findings are being collected in the study of the or^ 
ganization of oerd^ral prinary areas as well as in 
that of scne diseases, like focal epilepsy. Several 
projects are being carried on in different countries 
to develop large multichannel syst^, with as many 
as 100 adjacent sensors, which in the near future 
will permit to detect magnetic activity over the 
v^rale scalp and, with the use of adequate, devoted 
ccciputers and of appropriate modeling of neural ac- 
tivity, will provide real time functional iroging. 



MPSC7. 

Iiaaging Applications in Radiotherapy. 
R. Hark Henkelman. Department of 
Medical Biophysics. University of 
Toronto, Toronto, Canada MX 1K9 

Medical Imaging is in the midst of dramatic 
sucK°.^i^^] development. Sectional techniques 
such a> ultrasound, computed tomography, maqnetic 

tu^'u^'^'nd^'n.r"^^^? nV^'^ th?ee dImelJs?;;;! 
lumour and anatomical definition. 

What is the impact if this change for 
'^tnlrfS^'"?''^^ Improvements in Imaging impact all 
aspects of oncological management: screening. 

Jn2^I!f!l^*4^*''9^I!9' '"esponse. follow-up. relapse 
and restaging. For radiotherapy planning, 
developments in imaging present the challenges of 
more precise three dimensional planning Bu? 
even more important is the prospect of movino 
SS 9f 9'*JP''^«= definition' into the of ^ 
imaging for tumour characterization. 



MPSC8. 



Safety Considerations for Medical 
Linear Accelerator, j.a. Purdy, 
Washington University School of 
Medicine, St. Louis, KO, USA. 



Recent pa^t events involving medical 
linear accelerators which resulted in 
overexposures to radiotherapy patie.nts 
have prompted the radiation therapy 
community to r<?-evaluate the safety 
aspects of these systems. Multimodality 
treatment units are of particular concern 
as are those units which u iize computer 
technology in their control systems. This 
refresher course will review safety 
.matters pertaining to medical linear 
accelerator acceptance testing, periodic 
quality assurance testing, operator 
training and incident re^.rting. 
Particular attention will be directed to 
tests of the operation of the entire 
interlock and computer systems. 
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MPSC9. 

Monte Carlo Simulation of Electron- 
Photon IVansport and Applications 
to Radiation Dosimetry 

D.W.O. Rogers' aud Alex F. Bielajew, 
Ionizing Radiation Standards, Division of 
Physics, NRCC, Ottawa, Canada KIA 0R6 

The course begins with a very brief introduction to 
the Monte Carlo simulation of electron and pho- 
ton transport followed by a description of the cur* 
rent state-of-the-art. This will draw heavily on the 
International School held last year at the Ettore 
Majorana Centre in Erice, Sicily, on the subject 
of "Monte Carlo Transport of Electrons and 
Photons below 50 MeV" (proceedings published 
by Plenum Press, 1988, edited by W.R. Nelson ei 
aiy Special emphasis will be given to contrast- 
ing the two major general purpose code systems, 
ETRAN(ITS) and EGS, and to discussing recent 
extensions and corrections to these systems. The 
course finishes with several examples of radiation 
dosimetry applications which will demonstrate the 
degree of sophistication and accuracy which is pos- 
sible with todays software and hardware technology. 



MPSCIO. 

Computer Management Systems in Clinical Facilities 
Don P. Ragan, Wayne State University 
Detroit, Michigan 

Clinical Management Systems have moved from 
curiosity to necessity. Physicists and engineers 
need to take an active part in departmental and 
institutional information systems since these 
systems are used to measure productivity and 
profitability and are often the basis for 
management decision making. Not only can these 
systems provide motivation for improved staffing 
but they can offer substantial quality assurance 
tools. This course will review the characteristics 
of departmental information systems. Also 
considered will be acquisition of systems 
including administrative Justification. Computer 
requirements, interfacing to hospital information 
systems, cost of operation in terms of personnel, 
time and money and cost benefit will be reviewed. 
Popular systems in radiology and radiation 
oncology will be discussed. Limitations and 
future prospects wi^l be presented. 



MPSCll. 

Update on Heavy Particle Therapy. 

Borje Larsson, Department of Radiation Sciences* 

Box 535, S-751 Uppsala, Sweden 

Medium-energy ion accelerators are engaged in ra- 
diotherapy with "heavy particles"* i.e. protons, 
or heavier ions, neutrons or negative pions. 
Thousands of patients with deep-seated tumors or 
vascular malformations have now been treated, and 
the prospects for further developments seem to be 
significant. The aim of this course is to con- 
front the participants with the radiological char- 
acacteristics of the various members of the fam-* 
ily of heavy particles. 

The major part will be devoted to physical and 
biophysical aspects on the various forms of heavy 
particle therapy: interaction of the particles 
with living matter, dosimetry, dose planning, and 
radiobiology. The accelerator technology will 
also be briefly reviewed and problems concerned 
with the introduction of new radiotherapeutic mo- 
dalities in clinical practice will be discussed. 

To facilitate the understanding of the role of 
radiotherapy in the treatment of cancer disease, 
today and tomorrow, some relevant themes in the 
evolution of competing or supplementary modalities 
will also be touched upon. 



MPSC12. 

An Introduction to Photodynamic Iherapy 
M.S. Patterson, Ontario Cancer Foundation 
Hamilton, Ontario, Canada, L8V 103 

Photodynamic therapy (PDT) is a method of 
treating localized malignancies in which 
cell-killing is due to chemical reactions 
initiated by the interaction of light with a 
photosensitizing drug. Ihe principle has been 
known for close to a century but clinical use 
has grown only recently due mainly to the advent 
of selective photosensitizers, laser light 
sources, and fiber optics. About a hundred 
groups around the world are now involved in PDT 
and, as this number increases, medical 
physicists are being called on to support these 
clinical efforts. 

This course will be aimed at such physicists and 
will stress the "nuts and bolts" required for 
clinical applications. After a brief discussion 
of the photophysics of EOT, the principles and 
peculiarities of different light sources will be 
discussed. This will be followed by a 
description of various irradiation methods (e.g. 
intralumenal, interstitial) and the technology 
required to adiieve them. The important topic 
of light dosimetry will be discussed from the 
standpoint of clinical measurement and the 
uncertainties involved. Finally, several areas 
of research in PDT will be indicated which would 
benefit from the participation of medical 
physicists. 
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MPSC13. 

Time Dose Relationships in Radiotherapy, D* 
Herbert, University of South Alabama, Dept. of 
Radiology, Mobile, AL. and Orton, Harper 
Hospital and Wayne State University, Dept. of 
Radiation Oncology, Detroit, ML 

The course consists of two parts. The first part 
provides a perspective on the principal clinical 
dose-time models. In this part the background, 
development and clinical uses of each of these 
models are examined and compared. Models of the 
responses of normal tissues and tumours to 
brachytherapy and teletherapy regimens are 
considered, A brief introduction to the 
deficiencies of these models will be presented. 
The second part of the course provides a resume 
of modern statistical methods for the construc- 
tion criticism, validation, discrimination and 
deployment of models of dose-response. 
Regression Diagnostics for identification of 
observations that are not well explained by the 
model or that may dominate some important 
aspects of the fit - or both - are introduced, 
Bayesian regression methods for combining a 
priori and sample information on the model 
parameters are considered. Resampling 
(jackknife) methods of model validation and 
estimation of ratios of parameters are examined. 
Examples of the use of each of these methods on 
data taken from the literature are provided. 



Recent Advances in KRI and MRS 
John C, Gore 
Yale University School of Medicine 
New Haven, CT 06S10 U,S,A, 



In this presention the performance and 
potential roles of several advances in NMR 
techniques will be described. Whole body Mil 
currently provides excellent images with good 
soft tissue contrast. Recent trends have 
emphasized faster scanning methods to reduce 
motion artifacts and provide dynamic 
information. Extremely fast images can be 
made using echo planar techniques that can 
image the human body in 1/40 second. These 
and other schemes can be used to quantify 
blood flow. In vivo spectroscopy with good 
spatial localization can now be achieved to 
detect protonated or phosphorylated 
metabolites in humans, and these methods are 
being evaluated at fields up to 4,01 with 
promising results, images of small 
samples at high field can be made with 
resolution of under 10 ^m so that microscopic 
imaging is also a developing area The 
technological advances needed to further such 
endeavours will be addressed. 



MPSC15. 

Radiology Image Management Network, 
Samuel J, Dwyer III and Larry T, Cook 
University of Kansas Medical Center, Kansas Cltv. 
KS 66103 ^ 

Radiology Image management networks are designed 
to acquire, display and manipulate, archive and 
generate hardcopy recordings of digitally format- 
ted Image data. These networks are combinations 
of Local Area Networks and microcomputer systems, 
Iraagln- management networks are currently required 
to acquire 1 GByte of Image data per day and fu- 
ture requirements will be 50 GBytes per day. Dis- 
play workstations are required to display and ma- 
nipulate 15 GBytes of Image data per day. Archiv- 
ing requirements exceed 10 TeraBytes, The exper- 
ience of Implementing Radiology It^age management 
networks Is limited. Only a few departments have 
operational networks In portions of the clinical 
facility. The benefits of these networks Include 
faster patient throughput and Increased referral 
physician response. 



MPSC16. 

Recent Advances in Ultrasound Imaging 

F,S, Foster, Ontario Cancer Institute 

500 Sherbourne St,, Toronto, Ontario, Canada 

M4X 1K9 

Ultrasound imaging plays an important role in the 
detection and management of a wide range of human 
diseases. Although ultrasound has been used 
predominantly in obstetrics, abdominal imaging 
and dynamic imaging of the heart, the advent of 
new technologies cind scanning approaches has 
opened up a number of promising areas of 
specialization in diagnostic imaging. Among 
these techniques, neo-natal imaging, 
intra-operative ultrasound, peripheral vascular 
imaging, realtime blood flow mapping, tissue 
characterization and breast imaging are important 
examples. The purpose of this course is to 
examine the physics behind the newest innovations 
in medical ultrasound imaging and to explore 
potential future developments in this rapidly 
expanding field. Topics include. 1/ axcccronic 
beamforming with phased linear and annular 
arrays; 2) effects of beamforming parameters on 
image quality; 3) the physics and applications of 
realtime two dimensional Doppler blood flow 
mapping and 4) progress in tissue 
characterization and studies on the interaction 
of ultrasound with tissue. 



28 



1988 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



Medical Physics Scientiflc Papers 



MPS1.1 

Fast Neutron Dosimetry Using Positron 
Emission Tomography, J. Kleck*, J. 
Smathers, L. Myers, M. Mandelkern and 
W. Digby, University of California/ Los 
Angeles U.S.A. 

The UCLA Neux,ron Therapy Facility uses a 
p(46) Be neutr;>n beam for cancer therapy 
treatment. Patients undergoing treatment 
were measured for neutron induced 
radioactivity with an intrinsic Germanium 
gamma spectrometry system. The principal 
isotopes produced were identified as C-11 
and 0-15. Carbon-11 and 0-15 decay by 
positron emission with half-lives of 20.3 
min. and 122 sec, respectively. The 
radionuclides were determined to be 
predominantly from C-12 (n, 2n) C-11 and 
0-16 (n, 2n) 0-15 reactions. Measurements 
performed on similarly irradiated acrylic 
phantoms also indicated the presence of C-11 
and 0-15 radionuclides. 

The patients were imaged on the V.A. 
Wadsworth Positron Emission Tomography 
(PET) scanner. The resulting images 
displayed the activation left m the beam 
paths, visual inspection of the PET images 
revealed marked contrast between tissues of 
differing elemental composition, due 
primarily to carbon concentration 
variations. Thus, acrylic phantoms were 
employed to image activation distributions 
without the irregularities caused by 
variations in tissue carbon concentration. 
The resulting activation distributions 
characterize the high energy component of 
the neutron kerma. This research is 
supported by NCI contract CM 9731Z. 



MPS1.2 

PADIONUCTiTD^ DISTRIHOTICW AND DOSIMETIRY IN 
SOFT TO^5^R TISSUE: IMPLrCATICX^^TO 
RADI0IMMU>!OIffiKAPY, R.W. Hcwell , D.V. Rao, 
Universj:cy of Medicine & Dentistry o£ New 
Jersey, Newark, NJ; and K.S.R. Sastry, 
University of Massacdiusetts, Aitherst, I'lA. 

current methods, for estimatii^ 1±e abs<5i3ed 
frcra radionuclide^^ locpalizecj^ in soUd .tonors 
as^ne tlie activity Is unifonnly distributed. 
The arowing evidence that tuipor tff)tate of 
radiofebeled nonoclonal antolxadies as himly 
nonxinifom requires new methods qf calcwlating 
the tumor dose. We have devaLoped" a CTherical 
tumor model, in \Mch. the radi^ depencfeioe of 
the tunor dose as examined as, a function of tumor 
size, activi^ distribution within the tijipr, and 
radiation and energy. Tumors of diameters 

0.1 cm and l.Q cm, contaimpg spherically 
symmetric activity distributions d^)ending 
linearly and esronentially on the radial 
position, are considered. Dose rate profiles are 
calculated for the beta-etatters P^2, Cu-67, 
Y-90, Ag-m, 1-131, .and Re-188, and for the 
conversibn electron eraitt^ Pt-lgSm. Our r^ts 
show that hi^ energy beta-emitters (e.g. Y-90) 
are effective for large tunors (d > 1 cm) , medium 
energy emitters (e.g. Cu-67) for smaller o^ 
fd s 0.1 cm), and low energy emitters (Pt«l93m) 
tor very small tunors. 

Wdrk is si^^rted by USHiS Grant No. CA-32877. 



MPS1.3 

Energy Response of LiF TLD-100 to High 
Energy Photon Beams, R. C. Robinson* 
and T. H. Kirby, Radiation Physics 
Dept., Univer.*^»ty of Texas System 
Cancer Center 

Lithium fluoride thermoluminescent dosimeters (LiF- 
TLD) have been used for a number of years in the 
measurement of absorbed dose from high energy 
photon beams used in radiation therapy. To convert 
from TLD response to dose requires a number of 
correction factors, including: A dose linearity 
correction factor, a factor to account for the fading 
of the TLD, and a factor to account for the variance 
of TLD response with energy. 

This paper presents a definition of TLD energy 
response and measurements of that response for a 
range of therapeutic energies (Co-60 to 18 MV). The 
resultant energy response curve is compared to 
theoretical values which are predicted by various 
cavity theories (Bragg-Gray, Spencer-Attix, and 
Burlin). The practical benefit of this paper is to 
present well defined energy correction factors in the 
clinical radiation therapy energy range for both 
water and acrylic mediums. 

This work supported by Grant Number CA 
10953, awarded by the National Institute of 
Health, DHHS. 



MPS1.4 

Quantitative Magnetic Resonance Imaging of 
Diffusion 

I) Chien*, R B Buxton, K K Kwong, T J Brady, B R 
Rosen. Massachusetts General Hospital, Boston. 

In magnetic r'lbonance, the random translational mo- 
tion of water caii.seb attenuation of the spin echo signal 
when magnetic field gradients are applied. Tuls change 
in signal intensity allows the calculation of the diffusion 
coefficient D. 

Wc have implemented diffusion imaging on a 0.6 Tesla 
whole body imager and have tested the precision of the 
technique in phantoms. MR imaging of diffusion was 
performed in 18 normal volunteers to study the accuracy 
and reproducibility of the quantitation in vivo, and to 
determine the mobility of water in normal grey matter 
and white matter in the human brain. D was calculated 
on a pixel by pixel basis to generate diffusion maps of 
the brain. The measured D is 1.10 +/- 0.11 cm2/s for 
grey matter and 0.81 i^/- 0.13 cm2/s for white lUdller 
(measured at a diffusion time of 114 msec). In con- 
trast to unrestricted diffusion, the presence of b?irriers 
in tissue causes D to vary with diffusion time. This is 
demonstrated in the carrot, and in the human brain, 
showing the effects of restriction on the measured D. 
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MPS 1.5 

A Generalized Method for Constant Feature Sup- 
pression ill Digital Angiography, DA Reimaun*, JP 
Wiiulham, Henry Ford Hospital, Detroit, Michigan 48202. 

A method is presented which insures that the sr ni of the 
weighting arguments of any temporal linear fiUer is zero, 
while preserving the significant aspects of the filter. By 
insuring that this sum is zero, constant features as well as 
noise which has an expected value of zero is suppressed in 
the final image. A new sequence i.s formed by subtracting 
the average image from each image in the original sequence. 
This new sequence is used to define the signature vectors 
of features that are to be enhanced and/or suppressed. 
These signatures are used in the filter definition to create 
a new linear filter which is then apphed to the original 
sequence. A mathematical derivation of the convolution of 
these two operations shows that the sum of the weighting 
arguments of the new filter is zero. The method is applied 
to the classical matched filter and the eigenimage filter. A 
comparison is made between the technical characteristics 
of the modified and the original filters. This method is 
illustrated on a cardiac study and a simulated sequence. 



MPS1»6 

STEREOTAXIC LOCALIZATION OP TARGETS IN THE BODY 
Philip L. Pepnillerf Fcbert L. Siddon, and Norman 
Barth, Department of Radiation Therapy, Joint 
Center for Radiation iherapj', 50 Binney street 
Boston, ^3A, 02115 ' 

Vfe have developed a generalized method for stereo- 
taxic localization of targets in the body. The 
n^thod relies on a two film reconstruction tech- 
nique vMch places no constraints on source, tar- 
get, localizer apparatus, or film locations. The 
target and certain parts of the loccLLizer appara- 
tus must appear on both films. Ihe method has 
been implemented through the construction of two 
pieces of localizer apparatus, one utilizes a 
large rectangular box into v*iich the patient is 
placed, the other uses a smaller "U" shaped ap- 
paratus v*iich is placed adjacent to the patient. 
Relative positions of objects can be determined 
to within lirni. ihis procedure is useful for det- 
emuJiing relative positions of objects such as 
radioactive implants and hyperthermia thentcraeters 



MPS1.7 

NMR Spectrcmetrv of Radiation-Induced Lung namagp 

C.H. Newconsb and J. Van Dyk 
Ontario Cancer Institute, Toronto, ONT. M4X 1K9 

There are indications that Magnetic Resonance 
Imaging (MRI) may be sensitive to early physio- 
logical changes associated with radiation-induced 
lung damage. In MR images, much of the observed 
contrast is the result of different Tl and T2 
relaxation times between various tissues. It is 
the changes of relaxation times associated with 
radiation which will determine the potential 
usefulness of MRI for imaging lung damage. 
Magnetic Resonance Spectrometry has been used in 
an in vitro study of Sprague-Dawley rat lungs. The 
Tl and T2 relaxation times have been determined 
for lung tissue as a function of time after 
irradiation. Single component fits have been made 
to the relaxation data which compare favourably 
with those determined from imaging data. In 
addition, multiple and continuous fits have also 
been determined* 

Significant changes have been observed at times 
which correspond to those times of known 
physiological change. 

The results have confirmed the potential role for 
MRI to image lung damage and provided the 
necessary data to optimize imaging parameters* 



MPS1.8 

Verification of a 3-p Electron Pencil Beam 
Algorithm for Irregular Field Dose 
Calculations , Hananor Rashid*, Hanne M. 
Kooy, Roger K. Rice and Lee Chin, Joint 
Center for Radiation Therapy, Harvard 
Medical School, Boston, MA 02115, USA. 

We have irrplemented a 3D non-coplanar electron 
pencil beam algorithm based on the Hogstrom 
gaussian pencil beam model. We present 
measurements of doses and output factors in 
water and special phantoms for a variety of 
irregular fields. The electron fields consist 
of stationary beams and rotational arcs. Arcs 
include rotations performed over field cutouts 
fixed relative to the patient anatomy, providing 
the ability to shape ate dose distribution 
during the rotation. Measurements are conpared 
with calculated doses and output factors using 
our algorithm. The effect of heterogeneities 
present in the volume is considered in the 
calculations. Results show good agreement 
between measured and calculated dose 
distributions and output factors. The effects 
of heterogeneities and field shape on the output 
factor will be discussed. 
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Computer Algorithms for Scatter Rejection ^ 
with Multiple Fore Scanning Slits, C. Nayak 
and D. Plenkovich, Department of Radiology, 
Tulane Medical Center, New Orleans, LA, USA 

A highly efficient method for rejection of 
scattered x-ray radiation and veiling glare 
has been developed. Multiple fore slits are 
scanned across the x-ray beam. For each po- 
sition of the slit assembly an image is de- 
tected with an image intensif ier-TV camera 
system, digitized using a frame grabber and 
stored on disk of a MicroVAX II computer. 
The resultant image is reconstructed from a 
series of slit images using an appropriate 
computer algorithm. The peak-detection 
algorithm keeps in each pixel the highest 
value recorded durliig the scan. An advan- 
tage of this algorithm is that iy^ does not 
demand precise control of the slit motion. 
However, it requires overlap of the slits 
increasing radiation dose to the patient. 
An alternative method for image reconstruc- 
tion is to threshold each of slit images by 
cutting off the component due to x-ray 
scatter and veiling glare. The resultant 
image is obtained by summation of thresh- 
olded images. This algorithm utilizes all 
primary radiation, but requires very pre- 
cise control of the slit motion. Neither 
algorithm requires any synchronization of 
slit scanning and video camera readout. 



MPSl.lD 

A Ray Tracing Method for Calculating the Speed 
of Sound in Layered Media Using Reflected 
Ultrasound^ G. R. Lockwood*, F. S. Foster and 
J. W. Hunt, Department of Medical Biophysics, 
University of Toronto, Toronto, Ontario, Canada. 

The speed of sound in a tissue could in many 
cases provide diagnostically useful information 
about the state of the tissue. Some success has 
been achieved calculating the speed of sound 
from reflected signals for a single layered or 
parallel layered media, but no satisfactory 
methods have been developed for in vivo 
measurements of the speed of sound in 
non-parallel layered media. The signal received 
from a reflected ultrasound pulse contains 
information about the distribution of the speed 
of sound along its path. Although the depth of 
the reflector is usually not known, the average 
speed of sound along the path can be calculated 
using triangulation provided that the source and 
receiver are separated. By scanning the source, 
a model of the speed of sound at the surface can 
be created. Ray tracing through this model 
allows the calculation of the speed of sound for 
subsequent layers . A computer simulation in 
which images of the speed of sound are 
reconstructed from data generated by ray tracing 
through two models is presented. Ideas on how 
this method could be implemented are also 
suggested. 



MPS2.2 

EXPERT SYSTEMS IN MEDICINE: REALISTIC EXPECTATIONS 
Lawrence £. Widman, Dept Med, UTHSC, San Antonio, TX 
Expert systems are large computer programs which 
incorporate a well-defined, narrow, but deep 
knowledge of some field of human expertise. IJhen 
well constructed, they mimic excellently the 
behavior of a human expert in diagnostic and 
therapeutic tasks. They differ from conventional 
programs in their capacity for symbolic reasoning 
and their explicit expert knowledge database. 

This overview talk is intended for listeners new 
to the field of expert or knowledge-based systems. 
It will review the basic principles of this 
technology, the advantages and disadvantages of the 
most commonly used methods for representation and 
application of symbolic knowledge, and examples of 
successful expert systems developed in medical 
fields. Building on this introduction, ^he short- 
and medium-range potential of this technology In 
medical applications will be discussed. 



S 



MPS2.3 

Knowledge Based Systems for Oncology 
Niilo Saranummi, Simo Hyodynmaa, Pentli Kolari, Jukka 
Rantanen (#) and Antti Ojala (*) Medical Engineering 
Laboratory, Technical Research Centre of Finland, 
Inforniation Processing Laboratory, Technical Research 
Centre of Finland *Oncologic Clinic, Tampere University 
Central Hospital 

Decision support is required in clinical medicine both in 
making the diagnosis, planning and prescnbing therapy and in 
managing the patient during therapy. It can be provided with 
knowledge based on systems that are integrated with patient 
data, in oncology e.g. with the patient database, diagnostic 
image database and clinical register. In addition, a decision 
^^upport system must cooperate with the user when giving 
advice and suggestions not compete with him. Data input 
required from the users must also be minimized. 

Our solution to these requirements, CARTES, builds on the 
results of the Nordic Computer Aided Radiotherapy 
programme (CART), where a data set standard and a network 
concept was developed to facilitate the exchange of data 
between radiotherapy modules. The CARTES workstation 
acts as one module in the CART network and comprises three 
knowledge based modules integrated with each other and the 
clinical register and protocol database. These modules suppon 
therapy selection, protocol design and outcome analysis. A 
prototype has been built of the 1st module. Its domain is 
therapy selection for the unoperable non-small cell lung 
carcinoma. This was done in Xerox- 1186 AI workstation 
using Loops and InterLisp. Presently we are working with the 
^outcome analysis module and the clinical register. 
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MPS2.4 

The Role of Virtual World Systems In Medical 
Imaging In the 21st Century. 

Prof. Henry Fuchs, University of ^orth Carolina at 
Chapel Hill 

Inspired by Ivan Sutherland's 1965 vision of an "ul- 
timate display", many groups are developing real- 
time 3D graphics systems with tiny head-mounted 
displays whose images are continuously modified to 
account for head position so that the user feels as 
if he is moving inside the simulated environment. 
These advanced systems allow immediate comprehension 
of the data and direct hand manipulation of the sim- 
ulated objects. Medical imaging may be the great- 
est beneficiary of such systems which allow viewing 
of complex 3D anatomical data together with direct 
e'^ir'^ng, such as the elimination of obscuring re~ 
gioHc "erasing" them by hand, and allow easier 
understanding of the spatial relationship between 
multiple objects. In radiation oncology, the user 
may view patient anatomy together with treatment 
bea:n sources, and isodose contours. The systems 
may provide direct manipulation of design parame- 
ters such as location and orientation of radiation 
sources and blocks. The realization of such sys- 
tems presents daunting technical challenges. The 
system's three components, a real-time computer 
image generation system, a small head-mounted dis- 
play unit, and a real-time head tracking system, 
each challenge the state of the art in engineering 
and computer science. Recent developments about 
each will be discussed. 



MPS2.5 

The Diagnostic Radiology Workstation in 
the Year 2000 Henry A. Swett, Dept Diagnostic 
Imaging, Yale Univ Sch Med, New Haven, CT 
Evolving techniques in art if leal intelligence, 
picture archiving and comnranication systems, and 
medical information management systems are con- 
verging in a way that will lead to a powerful 
intelligent radiologic workstation. By the turn 
of the century, radiologists will no longer sit 
in front of x-ray view boxes and they will no 
longer be limited to making diagnoses of entities 
that they have seen before. Instead, they will 
view images on an intelligent radiologic work- 
station. This workstation will not only display 
and manipulate images, but it will provide 
highly specific information that will enable the 
radiologist to function with a much higher and 
broader level of expertise than previously 
possible. This information will include selected 
and annotated excerpts from patients electronic 
medical record, artifical intelligence decision 
support and analysis tools, and automatic retrie- 
val of pertinant selections from the medical 
literature. 



MPS3.1 

Acoustic Output Levels and Performance 
Standards for Modern Ultrasound Instruments, 
J. Zagzebski*, University of Wisconsin- 
Madison, Madison, WI, 53706, USA. 

The purpose of this symposium is to discuss and 
elucidate current issues regarding safety, perfor- 
mance and standards in diagnostic ultrasound. This 
background should be relevant to the practicing 
medical physicist and bioengineer in evaluating the 
several standards which are extant and to be re- 
leased in the near future. 

One of the difficulties facing the user when making 
decisions regarding the choice of ultrasound in- 
struments for specific applications is that of 
obtaining data on the acoustic output and quantita- 
tive performance levels of these devices. One user 
organization, the American Institute of Ultrasound 
in Medicine, has accumulated acoustic output data 
through a manufacturer's commendation process; and 
these cumulative data will be summarized. 

This presentation will also outline a standard 
being developed for measuring imaging performance 
of pulse echo scanners. 



MPS3.2 

Technical Factors and Clinical Uses of 
Pulsed Doppler for Studying the Fetus, 
P. Burns*, Department of Radiology, 
Thomas Jefferson University Hospital, 
Philadelphia, PA, USA. 

Pulsed Doppler instruments are receiving consider- 
able attention at the present time, both in re- 
gards to the rapid technological developments and 
their expanding clinical uses. However, these 
devices currently produce the highest time average 
acoustic output levels among diagnostic ultrasonic 
instruments, with time average intensities in some 
systems exceeding 1-2 W/cm^. The purpose of this 
presentation is to review recent technical develop- 
ments of pulsed Doppler devices and report on new 
uses of these devices for studying the fetus. 
Tradeoffs between pulsed Doppler performance and 
acoustic output levels will also be addressed. 
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MPS3.3 

Problems in Characterizing Acoustic 
Emissions From Diagnostic Instruments: 
The Manufacturer's Perspective, J. Abbott*, 
Diasonics, Inc., Milpitas, CA, 95035, USA. 

The multiplicity of operating modes and sophistic 
cated electronic control of beam focusing patterns 
in modern ultrasound instruments presents a major 
challenge when measuring acoustic output levels of 
ultrasound instruments as well as when reporting 
data to the user. Important features of a new 
standard, being developed by the American Institute 
of Ultrasound in Medicine and the National Electri- 
cal Manufacturers Association, for specifying 
acoustic output levels of diagnostic ultrasound 
equipment will be described. The standard requires 
measurements and intensity calculations in water, 
but also allows calculation of "derated" intensity 
values assuming a uniform sound beam attenuation 
path. The merits of both reporting systems will 
be addressed. 



MPS3.4 

Concerns With Acoustic Exposures: Alterna- 
tive Safety Proposals for Medical Ultrasound 
Equipment, P. Carson*, University of Michigan 
Hospital, Department of Radiology, Ann Arbor, 
MX, 48109-0030, USA. 

The concept of "derated intensity" was adopted to 
allow meaningful comparisons between acoustic out* 
put levels produced by modern ultrasound instru- 
ments, which usually utilize high frequency trans- 
ducers, and levels of older, lower frequency sys- 
tems. 

The adequacy of "derating models" will be discussed 
and an alternative, which may be particularly rele- 
vant for fetal exposures, will be presented. This 
presentation will also address the topic of thermal 
mechanisms for specifying potentially hazardous 
exposures for diagnostic ultrasound. In addition, 
an ultrasound power control feature for diagnostic 
instruments will be recommended. 



MPS3.5 

Possibility of Cavitation Induced Bioeffects 
from Medical Ultrasound and Shock Wave 
Devices, B. Fowlkes*, University of Mississ- 
ippi, Department of Physics, University, MS, 
38677, USA. 

One of the mechanisms by which the large pressure 
amplitudes associated with diagnostic ultrasound 
pulses could induce a biological effect is through 
cavitation. Recent experimental and theoretical 
data for cavitation thresholds for diagnostic 
ultrasound will be presented. 



MPS3.6 

Second WFUMB Symposium on Safety and 
Standardization of Ultrasound in 
Obstetrics, G. Kossof f*. Ultrasonics 
Institute, Sydney, NSN 2000, 
Australia. 

An overview of the ultrasound safety issues, par- 
ticularly as seen from the ultrasound community 
outside the United States will be presented. 
These issues will be discussed in greater detail 
at a World Federation of Ultrasound in Medicine 
and Biology (WFUMB) meeting on Ultrasound Safety 
and Standards, scheduled for October 22-23, 1988, 
in Washington, D.C. The goals and anticipated 
outcome of this meeting will be discussed. 
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MP1.1 

A Quality Assurance Protocol For The 
Testing Of Treatment Planning Systems, 
U.F. Rosenow*, M.K. Islam, G. Mltev, 
S» Rajaratnam, 0. Cintron. T. Urrutla, 
Albert Einstein College Of Medicine 
and Monteflore Medical Center, Bronx, 
NY 10467 

Quality As.surance of treatment planning systems is 
structured in three different levels of perfor- 
mance: (1) initial system tests, aimed at a most 
comprehensive test of total system performance; 
(2) constancy checks which are to be done at re- 
gular intervals and comprise of a subset of the 
initial system checks; (3) intermediate system 
tests, which are performed following any hardware, 
software or data base modifications. These con- 
sist of any number of checks from constancy check 
up to the full set of initial system tests depend- 
ing on the nature of the modification. 
For reasons of practicability the set of test 
cases has to be rather limited. It consists of 
various single beamc in a water phantom including 
oblique Incidence, wedges, blocks and simple in- 
homogenelties where comparisons between calcula- 
tions and measurements can be made. Further in- 
cluded are opposing and matching beams, and a 
selection of patient plans. The latter are mainly 
used for constancy checks. Results obtained with 
the quality assurance protocol with different ver- 
sions of a treatment planning system will be pre- 
sented. 



MP1.2 

A Comparison of Treatment Techniques for Prostatic 
Cancer Irradiation, M. Soniag*. R. Whiltinglon and E. 
Cheng. Radiation Oncology, University of Pennsylvania 
3400 Spmce St., Philadelphia, PA. 19104 

An analysis has been made of 30 treatment plans for 5 patients 
to determine the optimal treatment technique for prostatic 
cancer irradiation. 15 MV x-rays were used. Techniques 
examined included 4 field box, bi-lateral 1 10° arcs, 300® 
anterior arc and 360® rotation, each without and with blocks 
Simulation of blocked arc treatments with multi-leaf 
collimation were also performed. CT scans were taken at 1 
cm intervals throughout the irradiated volume and plans were 
generated using a 3-D radiation therapy treatment planning 
system. Isodose distributions, dose-volume histograms and 
dose statistics were made available to the physician for 
treatment plan evaluation. Each plan was optimized to 
maximize target dose homogeneity for a minimum target dose 
of 70 Gy. Target volume size varied from 87 to 163 cm^. 
No correlation among target volume, bladder and rectal 
volume was found. Analysis of the dose to the femoral 
heads,bladder, and rectum indicates that a clinically acceptable 
femoral head dose is obtained regardless of the treatment 
approach. All blocked beam techniques result in a clinically 
significant reduction of the bladder and rectal dose, 
particularly for smaller target volumes. The best results were 
obtained with the 4 field box and bi-lateral 110® arc 
techniques, each having comparable bladder and rectal doses. 
An error analysis indicated that both blocked and unblocked 
bi lateral arc techniques is somewhat more forgiving of patient 
set-up uncertainty and motion than the blocked 4 field box 
technique. 



MP1.3 

Constraints in 3-D Treatment Planning 
System Design, B»A. Fraass*, D.L. 
McShan, and W.A. Roberts, University of 
Michigan Medical Center, Ann Arbor, MI 
48109* 

A number of groups have reported on various 
features and uses of their 3-D treatment planning 
systems. Although design philosophy and aims 
have a large impact on each of these systems, the 
way in which various design constraints are 
handled is often of crucial importance. We 
describe a number of basic constraints and design 
considerations for 3.D planning systems and the 
various ways in which those issues have been 
addressed during the four years of development of 
the 3-D planning system U-MPlan. In a general 3- 
D system, a three-way trade-off decision must 
often bo made between interactivity, disk space 
and access speeds, and computer resource usage. 
A second basic type of constraint is that imposed 
by system hardware (which can be solved, or at 
least changed, by purchase of new equipment) and 
more difficult limits caused by operating svstem 
software design. A number of these limits have 
been reached during the development of our 
software, including limits on disk space, real 
and virtual memory, CPU usage, and multiple user 
environments. Major design changes, operating 
system reconfiguration, and new hardware have all 
been used to address the various limits. 



MP1.4 

Dynamic Wedge Field Techniques through 
Computer Controlled Collimator Motion and 
Dose Rate, Dennis D. Leavitt*, Melissa 
Martin+, and John H. Moeller. Univ. of Utah, 
Salt Lake City. Utah 84132, and St. Joseph 
Hospital+. Orange, CA 92667 

Clinical treatment planning situations arise which 
require different wedge angles within segments of a 
single field. Solutions to these cases can be attained 
through dynamic wedge field generation 

Dynamic wedge field generation is achieved by 1) 
specifying the desired dose at a series of points in the 
plane of the wedge, under the constraint that the points 
may be at different depths but must be on different 
fanlines (cannot specify dose at more than one depth on 
same fanline); 2) calculating the dose contribution to 
each point due to collimator-defined asymmetric strip 
fields having one contiguous edge while increasing In 
width across the field; 3) determining optimized field 
weights for each field, while accounting for the 
dependence of output factor of each strip field on width 
and radial distance. 

Calculation and measurement of dynamic wedge fields 
and verification by film dosimetry are reported for the 
Varian Clinac 1800 and Clinac 2100-C. 
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MP1.5 

OSCAR • An objective approach to treat- 
ment plan evaluation, s. Shaiev*, 

0. Viggars, P. Therrien, P. Hahn, 
Manitoba Cancer Trestnicnt and Research 
Foundation, Winnipeg, Canada R3E 0V9. 



An objective approach to treatment planning is 
ciascribed in which a planned dose distribution is 
evaluated in terms of prescribed limits of accept- 
ability, and any discrepancies (referred to as 
"regions of regret") are displayed in the form of 
a parametric image in which colors are used to 
represent different types and degrees of regret. 
The program OSCAR (Objective Scoring with Coloured 
Areas of Regret) is used in conjunction with the 
AECL Theraplan treatment planning system to dis- 
play images of regret In addition to conventional 
isodose plots, and is used for the comparison of 
alternative plans in terms of adequate target cov" 
erage and minimal irradiation of sensitive organs. 
Quantitative score functions are derived for tar- 
get coverage and over- irradiation of normal tis- 
sues, which provide a clear indication of the 
acceptability of the dose distribution in each 
organ. Required tumor dose levels and organ-spe- 
cific tolerance doses are prepared in advance by 
the clinician for each site. The method is objec- 
tive and reproducible, and provides clear documen- 
tation of the selection process. Examples are 
shown for selection of one from several rival 
plans for treatment of the prostate, esophagus and 
lung. 



MP1.6 

Evaluation of Three -Dimensional Photon 
Treatment Planning of the Intact Breast, 
J. Chuj^ L. Solin, M. Sontag, L. Brewster, 
E. Cheng, K. Doppke, R. Drzymala, M. Hunt, 
R. Kuske, J. Manolis, B. McCormick, J. 
Munzenrider, Univ. of PA & FCCC, Phila., PA, 
Mem. Sloan-Kettering Cancer Center, NY, NY, 
Mass. Gen. Hosp., Boston, MA, Mallinckrodt 
Inst, of Radiology, Wash. Univ., St. Louis, MO 

Early breast cancer can be effectively treated with 
lumpectomy followed by radiation therapy. Uniform 
dose distribution within the target volume is 
difficult to achieve due to the significant breast 
contour variations and the large dose purturbations 
produced by the lung tissues inside the irradiated 
volume. Two intact breast patients have been 
extensively planned and 39 three-dimensional treat- 
ment plans were evaluated as part of a multi- 
institutional treatment planning project sponsored 
by NCI. Dose distributions, dose volume histo- 
grams, and dose statistics were used to quantify 
the dose to the target volume and eight normal 
tissues. The physical parameters studied include: 
effect of contour variation, effect of tissue 
inhomogeneity correction, effect of photon energy, 
effect of dose modifiers, and the use of field 
shaping blocks. Our preliminary data indicate 
that the dose heterogeneity can be as much as 23% 
within the treated volume and it is important to 
consider the entire irradiated volume when evaluat- 
ing treatment plans for intact breasts. 



MP1.7 

Dose Surface Display for Three 
Dimensional Treatment Planning, 
J. A. Purdy*, J.W. Wong, W.B. Harms, 
B.Emami, R.E» Drzymala, and J.W. 
Matthews, Washington University 
School of Medicine, St. Louis, MO, 
USA. 



The evaluation of the volumetric three 
dimensional (3D) dose distribution has 
proven to be a difficult and time consum- 
ing task in 3D treatment planning. We have 
developed code for our prototype 3D treat- 
ment planning system which allows the gen- 
eration of user specified isodose sur- 
faces* Surfaces are represented as cross- 
hatched contours, and allow one to view 
target volumes and/or internal structures 
which are enclosed or protruding from the 
isodose surface. While dose surface dis- 
play for 3D treatment planning is not new, 
its implementation on a real time display 
system is. Dose surface display in combi- 
nation with high speed interactivity has 
proven to be an extremely effective tool 
in plan evaluation. Examples will be shown 
demonstrating dose surface displays versus 
multi-planar 2D isodose distribution dis- 
plays as a more effective way of evaluat- 
ing 3d treatment plans. (Supported in part 
by NCI CM-47696) 



MP1.8 

THE EVALUATION OF A NEW 3-D SCATTER CORRECTION 
ALGORITHM WITH ALREADY EXISTING METHODS. A. T. 
Redpath'and D. I* Thwiates, Dept. of Medical 
Physics, Western General Hospital, Edinburgh, 
Scotland. 

A number of methods have been developed to correct 
for the presence of inhomogenous structures when 
calculating £ibsorbed dose distributions for radio- 
therapy* The two algorithms that take into 
account changes in the scattered component of 
absorbed dose are the power law tissue air ratio 
method and the equivalent tissue air ratio method 
(ETAR) . Both algorithms have been implemented on 
a treatment planning system running on a SUN 3/180 
microprocessor* A new algorithm based on the 
principles of ETAR has been developed and has 
also been implemented on the treatment planning 
system. 

All three algorithms have been assessed in a 
variety o£ situations designed to simulate those 
occuring in radiotherapy practice, and their 
performance compared to experimental results. 
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MP1.9 

Horizontal Tangential Technique and Dose Calculating 
Methods for Breast Irradiation, Yi-min Hu*, Chun-li 
Zhang, Zheng-gong Luan, and Shin Zhang, Radiation 
Oncology Dept., Cancer Institute (Hospital), Chinese 
Academy of Medical Sciences, Beijing, China. 

A horizon al-tangential three-field technique has 
been developed to solve effectively the technical 
problems and difficulties encountered by the con- 
ventional three-field technique used to treat breast 
cancer by radiation. A mathematical model is built 
up for Cobalt-60 and 8 MV X-ray. And from this 
model, one can easily choose a proper wedge filter 
(as tissue compensator) for individual shape of 
target volume for a better dose distribution with 
an ununiformity of less than 10%. By using a gra- 
vity-oriented trapezoid tangential field block es- 
pecially designed, a proper matching of the fields 
between tangential and supraclavicular ones can be 
obtained* A special treatment couch for the tan- 
gential fields and a water level buried-ln slide- 
pointer is made to improve the accuracy of locali- 
zation and the repetition of setting up of patients. 



AN ANALYSIS OF LEFT VENTRICULAR STRUCTURE BASED 
ON RSGIONAL WALL THICKNESS AND CURVATURE BY 
GATED , G. Tomonaga*, K. Iga , T. Tamamura , 
H. Geri, T. Matsumura, K. Hori, Tenri Hospital, 
Tenri, Nara 632, Japan 

Many cardiologists have assumed that wall stress 
remains within normal range in compensated hyper- 
trophic or normally growing hearts. To investigate 
this hypothesis, we attempted to measure regional 
wall thickness and curvature of the left ventricle 
in 6 normal and 3 hypertensive subjects using 
ECG-gated computed tomography. The longitudinal 
image of the left ventricle was reconstructed 
at end-diastole. From the tracings of outer 
and inner edges of the ventricular wall, mid- 
wall line (MWL) was determined by measuring wall 
thickness. Meridional radius (Rm) was measured 
sequentially by fitting circles on MWL. Minimum 
distance from each point on MWL to longitudinal 
axis was measured as circumferential radius (Rc). 
Mean value of the two reciprocals [(1/Rm + 1/Rc)/ 
2] was defined as mean mid-wall curvature. The 
relationship between regional wall thickness 
and curvature showed hyperbolic correlation in 
every patients, that was statistically significant 
(p<0.01 in 8 cases, p<0.05 in 1 case). This 
result suggested that the product or the regional 
wall thickness and curvature is constant. Accord- 
ingly, regional wall stress may be constant 
throughout the left ventricle. 



MP2.2 

RELIABILITY OF T. AND T AS QUANTITATIVE PARAMETERS 
WITHIN LONG TERM CLINICAL RESEARCH PROTOCOLS, 
R.C.Samaratunga*, S.R.Thomas, Dept. of Radiology 
and W.Ball, Childrens Hospital Medical Center, 
University of Cincinnati, Cincinnati, OH A5267-0579 

The recognized potential value of reproducible 
quantitative NMR parameters such as calculated T. 
and ^2 includes their practical clinical utility as 
indicators of tissue changes secondary to disease 
or in relationship to treatment protocols. 
Investigations of white matter abnormalities in 
pediatric brains following bone marrow transplant 
are being conducted with the objective of defining 
progressive or regressive -euroresponse on MRI. A 
major component of this st dy involves establishing 
and maintaining a clinical calibration standard for 
long term monitoring of (apparent) tissue T. and 
T^* Preliminary data acquired over a period of two 
months on a 1.5 Tesla GE Signa unit utilizing a 
compartmental plexiglass phantom x/ith different 
concentrations of CrCl^CO.l to 1.0 mM) indicate: a) 
Long term reproducibilty of 8% to 15%, b) T, and 
position dependence of 8% and 25%. A newly designed 
phantom consisting of a matrix of sealed glass 
vials (of sterilized CrCl-j solutions) in a loading 
medium is being used to evaluate: a) Long term 
reproducibility, b) Optimum pulse protocol and c) 
Measurment precision in conjunction with periodic 
verification of phantom and T2 stability using 
spectroscopic mesurements. Temperature dependence 
of the calibration standard is also monitoredrh 



MP2.3 

A Comparison of Selective Cancellation Excitation 

Methods for Flow Measurement by NMR, 
Eduardo Benitez-Read,* Arvind Caprihan, and 
Eiichi Fukushima, Lovelace Medical Foundation, 
2425 Ridgecrest Drive SB, Albuquerque, NM, USA. 

NMR flow measurements in the presence of an 
abundance of stationary spins require that the signal 
from the static spins be suppressed. Cancellation 
excitation either drives the static spins to equilibrium 
or inverts the magnetization to obtain the signal only 
from the moving spins, while the subtractive methods 
are based on subtraction of two data sets, in which 
the signals from the static spins are the same while 
the signal from the moving spins is different. The 
cancellation excitation methods have an advantage 
over subtractive methods in that the dynamic range of 
the A/D converter is more adequately utilized. 

The method to be analyzed consists of a pair of 
selective rf pulses with opposite phases and appropriate 
slice selection gradients. Other variations of the 
pulse sequence include the use of one or more x 
pulses for reducing the sensitivity to Bq and rf inhomo- 
geneities, phase cycling the rf pulses, and alternating 
the polarity of gradient pulses. These variations will 
be compared for their sensitivity to instrument imper- 
fections (Bq and rf inhomogeneities, and eddy current 
effects), flow characteristics (mean velocity, and 
laminar or plug flow), and pulse sequence parameters 
(the ratio of repetition time T^ to Tj, slice width, 
pulse angle, and frequency offset). 
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MP2.4 

X-ray Spectroscopic Imaging, JM Boone^, 
JA Seiben?"*" and GS Shaber , Departments 
of Radiology, Thomas Jefferson University, 
Philadelphia, PA and '^'University of 
California-Davis, Sacramento, CA 

Dual energy image pairs are conventionally used 
to render bone or tissue subtracted images. 
X-ray Spectroscopic Imaging (XSI) is a technique 
in which the spectral properties of the trans- 
mitted x-ray beam are overlaid using subtle 
color mapping, onto the original (raw) grey 
scale radiograph. Dual energy images are ac- 
quired, and are numerically processed to gener- 
ate the relative hardening index (RHI) image, 
which is a parametric map qualitatively related 
to the relative beam hardness. The RHI image is 
colorized and overlaid on the raw grey scale 
image. Therefore, the transmitted x-ray spec- 
tral properties are essentially displayed using 
the visible spectrum. XSI can be used to dis- 
criminate between calcified and non-calcified 
nodules, and thus could be clinically useful in 
mammography, chest and abdominal radiology. A 
brief theoretical introduction, computer simu- 
lation results, and spectroscopic images will 
be presented. 



MP2.5 

Um AppfLoach to Quantifying CcAeb^ Stood 
Fioio hizcLt^ttA^mmt^ by t/te X^dnon/CT Tzzhniqvit 
Abund 0. Wist* Panos P. Fatouros, 
Richard L. Keenan, and P.R.S. Kishore 
Medical College of Virginia, Richmond, VA 

With the recently developed Xe/CT method for 
measuring cerebral blood flow, high resolution 
blood flow maps are possible which contain a 
large amount of information not readily access- 
ible. By using pattern recognition techniques 
we are producing composite images combining 
anatomical and hemodynamic data. Specifically, 
information from the partition coefficient 
(•'lambda") maps is combined with blood flow 
distribution in composite maps indicating nor- 
mal, ischemic or hyperemic areas. Further by 
drawing isoflow lines into these maps the 
physician can determine quickly the actual 
blood flow at a given point. To speed up the 
calculation of the blood flow maps (for each 
pixel a two parametric non-linear regression 
analysis has to be carried out), we developed a 
new high speed algorithm which can solve the 
appropriate equations by about a magnitude 
faster. We have incorporated several other im- 
provements designed to improve the accuracy and 
readibility of the information presented. The 
high diagnostic capability of this methiod will 
be demonstrated with a series of blood flow 
maps obtained from recent head injury patients. 



MP2.6 

In Vivo Flow Measurement by NMR Imaging. 

M.A. Smith; M. Tarnawski, D.J. West, G.M. Taylor, 

V.T. Ayton, R.G. Gosling and M.N. Malsey. 

Division of Radiological Sciences, United Medical and 

Dental Schools of Guy's and St. Thomas's Hospitals, 

Guy's Hospital, London. 

In vivo flow measurements have been performed using 
a 1.5T MR system (Philips Gyroscan) with a flow 
adjusted gradient (FLAG) pulse sequence. The 
technique utiP^es gradient echoes and pairs of bipolar 
gradient puire? to encode velocity Information in the 
phase of th^ NMR signal. Two types of flow images 
can be arcj, red: MR angiograms of thick (I50mm) 
sections to r;emonstrate the presence of flow and 
MR phase laps of thin sections (5mm-l0mm) to 
give quantl.Btive measurements of velocity. 
Calibration was performed using a rotating flow 
phantom with a maximum velocity at the edge of 
4m/s. The accuracy of velocity measurements was 
5.6%. The maximum velocity detected through the 
se< * on was 2.6m/s and within the section was 
>4m/s. 

Results will be presented of flow measurements in 
the aorta, head and legs in 30 normal subjects. MR 
angiograms of the leg have also been performed and 
compared with X-ray angiography in 15 patients. 



MP2.7 

Individual and local lung density 
variations observed by computed tomography 
in rodent lungs after irradiation 
E. El-Khatib*, S. Lehnertt 
KFSH&RC, Riyadh 11211, Saudi Arabia 
tMcGill University, Montreal, Canada 

Lung toxicity is recognized as a major limiting 
factor in radiotherapy of the thorax region. 
The factors associated with radiation damage to 
lung are expected to produce an increase in the 
density of lung. Densitometry using computed 
tomography (CT) is a non-invasive method to 
measure tissue densities in-vivo and has been 
used to monitor radiation damage to lung. 
Measuring an average lung density, however, is 
not a sensitive Index of radiation damage since 
radiation pnciunonitis is a focal disease where 
areas of increased density arc adjacent to areas 
of decreased density. 

In the present study, the average lung density 
was measured repeatedly in rats irradiated with 
various single doses to che thorax. In addition, 
the density of small elements along che outer 
parenchyma of the lung was recorded. Abnormal 
regional densities and density gradients were 
observed at lower doses and earlier times than 
changes in average lung density. Moreover, areas 
of very low density were observed close to denser 
areas. The regional density analysis thus proved 
to be a more sensitive index of radiation damage 
to the lung. 
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MP2.8 

A Method of C^iantifying and Corx-ectina for 
tha Effects of Scatter^ VcilLng Glare* and 
Beam Hardening in Quantitative Arteriogranhic 
litagina. i.a. Cunningham* and A. Fenster/ 
Victoria Hospital and linaaina Research 
laboratories, Itobarts Research Inst, Univ 
of T-Jestem Ontario, GANAEA. 

C^Dtaining quantitative estimtes of arterial lumen 
narrowings (stenoses) ^.xxt\ imaqe data is made 
difficult b/ the effects of scatter, veiling glare, 
beam hardening and image noise. Vfe descrilie a 
metlK)d of guantij^ina the influence eadi of these 
effects has on the accuracy of stenosis severity 
measurements from a direct measure of tl:e sx'sten 
itodulation transfer function (I ELF) . Oho IHF is 
obtained for a particular set of conditions using 
an edge technique, which produces an accurate 
measure of the low frequency drop, both with and 
without a phantom to produce scatter. The effective 
attenuation coefficient of th^ iodine contrast 
media, as would be estimated from attenuation 
measurements using image data, is modeled theoreti- 
cally as a function of beam path-length through the 
iodine. Oliis model is verified experimentcdly, ai-kd 
is used to determine the rt^^tive importance of 
scatter, glare and beam lum?£ning in doterminina 
stenosis severity for a range of conditions, it is 
shcxr«Ti this approach can be used to correct image 
data for these effects vdth images of iodinated 
step wedge phantoms. 



MP3.1 

Holographic Dtsolav of X-rav Absorption in Medlq il 
Specimon? , M. J. Flvnn» J. Roebuck, L Lacev. R. Block. 
Henry For d HospHa! and Hnltv^ource. Inc.« Detroit. 

A method based on radiographic measurements has been 
developed to depict the Interior structures of a specimen with a 
white light hologram. The method has been applied to display 
the complex topography of blood vessels within the brain. 
Specimens are placed In a cylindrical chamber and rotated In .5 
degree Increments. Digital radiographs (1024^) with water 
equalization are obtained at each angular position. Each 
radiograph Is recorded with 2x magnification u^ng a .3 
millimeter focal spot to achieve a resolution of 5lp/mm. The 
digital radiographs are computer processed to remove 
nonunlformltles and enhance stmctures of Interest. A total of 
120 radiographs covering a 60 degree angular field of view are 
transferred to a hlgh«resolutlon, black/white cine film. The 
sequence of cine views Is reprojected through an Image 
enlarger onto a master plato using an argon laser mounted on 
an Interferometrlcally stable optical bench. The hologram Is 
produced from a single laser projection of the master plate onto 
a second photographic plate. Stereoscopic perception of the 
specimen In different orientations Is achieved when the 
holographic plate Is viewed using a white light point source. 



MP2.9 

Sensitivities for Elemental Imaging 
in Computerised X^ray TomogrKtphy ^ 
K.J. McCarthy* and J. Fryar 
National Institute for Higher 
Education, Dublin, Ireland 

There are two basic ways to determine analytc 
concentration by using monochromatic X-ray 
beams in computerised tomography. The first 
method is to scan the matrix, add the analyte 
and scan again. The second method is to scan 
at two or more energies which straddle an ab- 
sorption edge of the analyte. The resulting 
reconstructions show the analyte concentration. 
The sensitivities of both methods have been 
theoretically analysed for the situation where 
the analyte is homogenously mi.xed with a cyli- 
ndrical matrix. For the first scan method, it 
is shown that the maximum sensitivity occurs 
for a matrix diameter of 2*5 mean free paths. 
The sensitivity at any other diameter can be 
readily determined by using a universal curve 
of relative sensitivity versus thickness in 
mean free paths. Sensitivities are shown to 
be approximately 100 times better than when 
the analyte is added to the equivalent of one 
voxel. In the second experimental method it is 
shown that the same universal curve as for the 
first method also applies to the determination 
of the sensitivity at any diameter when that 
at one diameter is known. The theoretical pre- 
dictions are compared with experimental measur- 



MP3.2 

RELATION BETWEEN REFLECTANCE IMAGE 
AND LESION FORMATION ON SIMULATED 
EYE MODEL 

Y.Yang* A.J. Welch, H.G.RyIandcr III,W.S.Weinbcrg 
University of Texas at Austin 

One of the goals of our laser robotics work at UT Austin is 
to control the size of a lesion using reflectance feedback for 
ophthalmic treatment. A simulated eye model has been 
created that is composed of three layers. A thin absorptive 
layer to simulate the pigment epithelium is placed betweeri 
two thick transparent layers containing protein.The 
pigmented layer is heated by Argon laser irradiation and a 
video camera with a 32*32 pixel array operating at 420 
frames per second records the reflectance images (in ical 
time) owing to coagulation of the protein. Simultaneously 
cross section temperatures of some lesions arc recorded with 
a thermal camera. Different protel. and absorptive materials 
are chosen to indicate the effects of absorption and 
coagulation rale constants. Formed lesions are examined 
under a microscope and the extent of damage is compared to 
predictions with a computer model. 

This work was supported in part by the Free Electron Laser 
Biomedical/Materials Science Program: ONR Contract 
number N00014-86-K-0875. 
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MP3.3 

Comparative Analysis of Laser Ablation of Plaque Using Direct 
Luserlrra^adoncrAaMei^dComactPrcbe 

GL UCaipcmicr*, S Rasicgar*, AJ Welch, 
S A Prahl, and H Hussein** 

Biomedical Engineering Program, 
University of Texas at Austin 
♦Bioenginccring Program, Texas A&M University 
+*Trimcdyne Inc., Santa Ana, CA 

The purpose of this research was to establish the theoretical 
temperature distribution and ablation characteristics in 
atherosclerotic plaque resulting from both direct Argon laser 
irradiation and the application of a metal contact probe. The plaque 
was assumed to be a single-layered homogeneous medium, and the 
laser light distribution within the the tissue was calculated using a 
delta-^dington approximation. One dimensional temperature 
distributions and ablation depths were calculated using an 
immobilized finite element method. Thermal and optical ijroperties 
of the tissue were assumed to remain constant Ablation front 
positions and temperature profiles at times prior to ablation, at the 
onset of ablation, and during the ablation process were calculated 
for both modalities. Additionally, ablation velocities were 
calculated as a function of both tissue water content and heat flux 
transmitted through the metal probe tip. For the typical operating 
conditions used, calculated values agreed qualitatively with 
experimental results. Temperature calculations after the onset of 
ablation indicated high sub-surface temperature rises beyond the 
surface ablation threshold temjjcrature for the direct irradiation case 
but monotonically decreasing profiles for the metal probe. 
However, deeper within the tissue, calculated temperatures 
appeared to be higher for the probe than for direct irradianon 



MP3.4 

Radiation Safety and Quality Control 
Program for Medical Lasers, Suresh M. 
Brahmavar*, David Pleet, Cathy Miller 
and Marilyn Riddle. Baystate Medical 
Center, Inc., Springfield, MA 01199 

The Radiation Safety and Quality Control (RS/QC) 
program for medical lasers was developed at Bay- 
s ,ate Medical Center in compliance with DHHS/CDRH/ 
FDA and DPH requirements. The RS/QC procedures 
are based on tilie recommendations of ANSI Z136.1, 
ANSI Z136.3 and AMA Council report. The RS/QC 
program manual includes five (5) distinct groups 
of procedures for use of medical lasers. The pro- 
cedures include regulatory compliance, laser safe- 
ty, quality control standards for approval of 
laser user, service and r >»intenance . The details 
included in above procedures developed for clini- 
cal lasers relate to laser environment, patient 
and personnel safety, electrical safety, smoke 
plume, fire safety, institutional safety policies, 
compressed gases, med ,al surveillance of staff, 
LSO responsibilities, MPE for skin/eye, nominal 
hazard zones, pre-op/post-op check lists, daily 
start-up and user log, administrative and engi- 
neering controls, educational and practical experi- 
ence standards, periodic QC tests, output measure- 
ments, testing of protective devices, records and 
audits. The clinical lasers at 3ay state Medical 
Center include CO2, Argon, Nd-Vag in OR, Ob-Gyn 
Service, Immunology Labs and in Ei'e Surgery. 



MP3.5 

Infrared Laser Heating of Thermoluminescent 
Plates for the Purpose of Spatially and 
Dos i metrically Characterizing Radiotherapy 
Beams, H. 6rupen*and K. Kearfott, Arizona 
State University, Tempe, AZ 85287-6006. 

Laser healinq of a Thermoluminescent (TL) plate mav 
provide a method of extracting spatially encoded 
dosimetric data. Two-dimensional collocation of 
the digital data extracted will provide a dose 
distribution map or image. This information may be 
valuable for quality assurance of radiation- 
producing equipment or for obtaining beam isodose 
curves which are prerequisites for radiotherapy 
patient treatment planning. To develop and 
optimize a laser heating device* time variant 
spatial temperature distributions within the TL 
detector must be known. A numerical model (solved 
using the Alternating Direction Implicit Scheme) 
has been develooed to determine radial and axial 
temperature profiles in a TL layer when a 4 Watt 
carbon dioxide Gaussian laser beam is used to he^t 
a single or a series of spots. The results for LiF 
plates reveal heating rates on the order of 350 K/s 
to 2000 K/s for plates 0.5 mm to 0.1 mm thick, 
respectively. Laser heating of thicker TL plates 
becomes impractical due to the limited depth of 
infrared radiation penetration within the material 
layer. Furthermore* it is revealed that spatial 
resolution of such a system is a stronger function 
of laser beam diameter than radial conduction. 



MP3.6 

Measurement of the concentration of 
hematoporphyrin in different tissues 
by opto-acoustic spectroscopy* 
U. Bernini, A. Andreoni, E. Quarto, 
P. Russo*, A. Mancini, M. Mastrocinque, 
University of Naples, Naples, Italy. 
Hematoporphyrin (Hp) is a known photosensitizing 
agent, used in the treatment of tumors by 
activation with lasers, since it absorbs in the 
red and accumulates into tumors mora than into 
normal surrounding tissues. We Kieasured the Hp 
concentration in different organs of lab mices, 
that received the drug 2A h in advance, without 
extracting it, by opto-acoustic spectroscopy. As 
the technique is less noisy with powders, 
samples of known weight were lyophilized and the 
signal from the powder were compared in 
amplitude to the signal obtained from a mixture 
of Hp with BaSOA (having a uniform absorption in 
the spectral range of interest) . Although the 
absorpt ion of Hp almos t over laps that of 
hemoglobin, we proved it is possible to measure 
the drug levels in different tissues following 
I.V. injection with drug doses of the order of 
the therapeutic dose used for phototherapy with 
lasers on tumor models implantable into the 
mice. 
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MP3.7 

HUMAN ERYTHROCYTE'S MEMBW^NE DAMAGE DUE TO LASER 
AND PHOTOSENSITIZERS, S, Ganosan*, V. Velrourugan/ 
V. Masllamanl and G. Prasad, nppt of Phvijioi;, 
Anna University, Madras, India/ 

The use of lasers in Photo Radiation Therapy (PRT) 
has assumed great importance because of its speci- 
ficity and its capability of regressing tumors 
even in internal organs. The characterisation of 
this PRT is still incomplete, in this connection 
photoherooly&is of human erythrocytes are studied 
as a simple nodel system uaing five different 
lasers and three photosensitizers - Acridine 
Orange, Fluorescein and Rose Bengal. The percent 
Hecaolysis (pH) in the presence of laser and sensi- 
tizer was found to be higher when compared to 
laser alone. The pH was found to increase 
towards shorter wavelengths, it was also found 
that the pH depends on post incubation time, in- 
dicating the photochemical nature of the damage 
due to delayed photo oxidation via the cross 
linking between biomolecules. Also, of the three 
sensitizers, Acridine Orange has the higher effect 
in photo-modification of cel3,s. 



MP3.8 

Comparison of surface lempcratunes and damage volume in canine 
bladders during in vivo irradiation at 1.06 ^m wavelength, 

Cheong^, AJ. Welch, 5. Thomsen*, A.C. von Eschcnhach*, 
J,H. Torres, i?. Swanson* 

Biomedical Engineering, The University of Texas at Ausun; 
+ The University of Texas System Cancer Center, 
Houston, Texas. 

Tht efficacy of cw light at 1.06 jim in creadng thermal damage in in 
vivo bladder tissue were assessed based on peak mucosal and 
serosal temperatures, and histology of denaturadon paiiems Two 
physical conditions were examined : (1) air-dssue-air boundaries 
where exposed canine bladders, suspended with minimum 
hemorrhaging, were irradiated; and (2) water-dssue-air interfaces in 
a Mter-filled bladder under cystoscopic irradiadon. Orly the serosa! 
spadal and temporal tcmperatuits were monitored in case 1 Thcnna! 
images were recorded with 8-12 \im and 3-5 jim diermal cameras. 
In cystoscopic irradiations at 7 s and 4 s using powers greater than 
30 W and 40 w respectively, serosal charring a ad collapse of ulood 
vessels were observed with only simultaneous ia^ensc coagulation at 
the mucosal surface Subsequent correlation analyses will detcnninc 
whether surface temperature can be used for prediction of the 
volume of dicrmal denaturation. 



MP3,9 

Tissue Effects of Neodymium-YAG Laser 
Irradiation of Pig Ureter, R.A. Siwek*, 
R. Kodama, J. Srigley arid L. Klotz, 
Toronto-Bayview Regional Cancer Centre and 
Sunnybrook Medical Centre, Toronto, Canada 

Neodymium-YAG las'^x radiation at 1060 nm produces 
a deep homogeneous coagulation in tissue. This 
is due to its low absorptic« and high scattering 
properties. The Nd-YAG laser has been 
successfully applied endoscopically to treat 
bladder neoplasms, in select patients, the 
treatment of well differentiated tumours in the 
ureter would lend themselves to laser therapy. 
However, the wall of the ureter is much thinner 
than the bladder and a reduction of laser energy 
would be necessary. No safe dosage guidelines 
have yet been established. 
We report cur prelinunary data of Nd-YAG therapy 
on the normal pig ureter. This was an acute 
study on lapcirctomised pig ureter. Each ureter 
was opened longitudinally. Using a specially 
designed laser fibre holding device, the spot 
size was kept constemt. Various doses of laser 
radiation were delivered. Heat me?isurements at 
the pe:.l-adventitial surface of the ureter were 
measured with microthermocouples. Ureteral 
sections were examined histogically for the 
effect of the laser radiation. Our results 
correlating radiant exposure and tissue 
temperature are reported, together with heat 
distribution and histology. 
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MP3.10 

Fiberoptic Neuroendoscopy and Nd-Yag 
Laser Interfaced to Imaging-Guided 
Stereotaxis-Henry Ford Hospital Det., MI 
Zamorano It Chavantes C, Oujovny H, 
Mai Ik, G, Ausman 0 K 

Imaging-guided stereotaxis constitute the most ac- 
curate inethod to approach intracranial lesionsl^ith 
3D/Multiplanar Imaging, size, shape, axis of lesions 
can be considered to select the best approach for 
diagnostic and therapeutic purposes. This infoma- 
tlon can be transposed Into stereotactic space with 
high accuracy and reliability. Nevertheless major 
critics are lack of direct visualization and intra- 
operative monitoring, changes in intracranial coor- 
Jinates after aspiration of cystic cavities or in- 
traventricular lesions and difficulties on aspir- 
ation of hiqh dense contents like hematoma, tumor 
etc. New adaptation for direct visualization of 
stereotaxic procedures has been designed that in- 
clude: rigid and flexible endoscope with a 2m work- 
ing channel each, specially designed instrumenta - 
tion and Nd-Yag laser fiber. Methodology, experimen- 
tal and clinical experience will be presented. In- 
terfacing of Imaging-guided stereotaxis with neuro- 
endoscopy not only changes <in intraoperative blind 
procedure into a direct visual one, but also in- 
creases the scope of use of these procedures in the 
management of intracranial lesions. It allows to 
explore ventricles, cysts, cavities extensively 
with minimal damage to surrounding brain tissue: 
drainage, biopsies, and resection of lesions under 
direct visual monitoring became possible. 



^5 

ERIC 



1988 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



Medical Physics Scientific Papers 



MEASUREMENT OF THE COUNT RATE PERFORMANCE 
OF THE MULTIWIRE GAMMA CAMERA BY DECAYING 
SOURCE WITH 9.3 MINUTE Ta-178. R. AdaiHsT 
J.L. Lacy, M.E. Ball, and L.J. Martin, 
Loma Linda University, Loma Linda, CA and 
Baylor College of Medicine, Houston, TK. 

The multiwire gamma camera has unusually 
good performance at high count rates. This 
study was designed to evaluate this pro- 
perty by a decaying source method. 
Data from a Ta-178 source in the NEMA 
scatter phantom were acquired in 1 minute 
frames. A FORTRAN program corrects the 
net CPS values for deadtime loss by a 
trial deadtime (T) and converts to their 
natural logarithms. A 2nd order polynomial 
IS fitted to the data: In R = A + BT + CT^ 
where R is the net corrected cps, and T is 
the elapsed time. T is adjusted and data 
corrections and curve fittings are re- 
peated until C approaches zero, to yield 
the deadtime iff), measured half life, and 
the input versus observed count rate curve. 
The paralyzing deadtime measured 0.41 
Msec, and the half life, 9.19 minutes, only 
1.4% low. The validity is also supported 
by close agrep lent between fitted and 
corrected cps values, the camera can be 
operated up to 840,000 cps with Ta-178 in 
first-pass studies without exceeding 50% 
data loss, 2-3 times greater cps than any 
other commercial Nal device. 



MP4.2 

Scatter from Distributed Sources Within a 
Uniform Scattering Media. MS Rosenthal*, 
and LA Henry, University of Pittsburgh, 
Pittsburgh, PA, 15261, USA 

Scattering Is a major source of quantitation loss 
In nuclear medicine. It Is also difficult to cor- 
rect for. We have Investigated scattering in uni- 
form media with either distributed or multiple 
point sources. We performed Monte Carlo simula- 
tions of this scattering problem using a 22 cm di- 
ameter cylindrical acrylic shell phantom filled 
with wate£. The code modeled the transport of 
photons Into a large field of view gamma camera 
(Tc-99m, 3/8" Nal crystal, LEAP collimator). 
Tested were various sizes of ring sources, as well 
as multiple point sources plus a combination of 
the two. In addition, experimental measurements 
were made of the same configurations as calculated 
by the transport code. We took Into account 
Compton scatter, coherent scatter, diffraction, 
photoelectric effect, and production of lead x- 
rays. Statistics generated were 500 to lOOOK 
events detected by the camera, both my calculation 
and experiment. 

Results of this modeling iemonstrate that the 
Monte Carlo simulations reproduce the experimental 
data relatively well. For the most part, the sim- 
ulations agree within statistics with the experi- 
ment. 



MP4.3 

The Use of a Restoration Filter to Inprove the 
Qjantlf ication of 1-131 ScintigraphS/ M*T/ Madsen, 
Ihomas Jefferson University, Kiiladelphia PA. 



The quantification of activity from scintigraphs 
of 1-131 labeled pharmaceuticals presents special 
problems because of scatter and the large amount 
of septal penetration associated with the collima- 
tors routinely used for this radioisotope. Be- 
cause of tiiis, the counts associated with 1-131 
sources are very dependent on both the location 
and size of the selected regions (ROIs) drawn 
about the source images. The efficacy of a rest- 
oration filter applied to the 1-131 images to 
circumvent this problem was evaluated for a vari- 
ety of source distributions. The restoration 
filter was derived from an image of an 1-131 point 
source located on 10 cm of polystyrene. Test 
images with both point and disk sources of 1-131 
were acquired with 0/ 5/ 10 and 15 cm of poly- 
styrene. The counts in two different sized 
concentric ROIs about the 1-131 source images were 
cOiHpared for both the raw and restored images. 
The counts in the concentric ROIs varied in the 
raw images by 20-40% while those in the restored 
images varied by less than 5%. These results 
suggest that the the application of a restoration 
filter to 1-131 images will significantly improve 
the estimates of activity. 



MP4.4 

NUCLEAR DE CAY INNER ATOMIC SHELL ICmZNnm: 
BIOIDGICAL EFFECTS UST VIVO, D.y. .Rao , ^ . ^ 
R.W. Howell, University of Msdicine & Dentistry 
of New Jersey, Newark, NJ; and K.S.R. Sastry, 
University or MassachiisettS/ Airiherst, MA. 

Most of the radionuclides . used in Nuclear 
Medicine decay by inner atcanic shell ionization 
processes (eLectron capture an^or internal 
conversion) . Olie numerous lew energy Auger 
electrons thac folios^ the decay event r^ult m a 
hidily localized d^xjsition of energy. When 
these Amer emitters . are. inoorporated into 
mammalian cells, the biological effects may be 
severely underestimated by currently adopted 
dosimetric methods, which consider the icw energy 
electrons as trivial. 

Our eweriments over the past several years 
have repeatedly shewn that Auger cascades do 
cause severe biological damage m vivo. . Ihe 
targets m these studies are the hi^y 
radiosensitive spermatogonia in iixjuse testis ariai 
the primary ooq^^tes in the mouse ovary* 
biological . end . points are surviwG, of 
spermatogonia (prxaary oocytes) and induction of 
abnormal sperm-nead shapes. Our concltasions are: 
(1) Auger^emitters (Tl-5oi, In-Ill, Fe-55, .etc.) 
are much more effective than their beta-emitting 
analogs, when in3ected m the same chemical 
form. (2) The same Auger-emitter In-Ill as oxine 
is far more effective than as a citrate l^ecause 
very different subcellular distributions m the 
two chemical forms. Hence, . suJx:ellular 
distribution depending on the chemical ^orms of 
the Auger emitter is an important determinant of 
the effects. (3) conventional dosimetry .is 
inadequate, and cellular dosimetry is essential 
to predict the effects of internal Auger 
emitters. 

Work is svq^rted by USEHS Grant No. CA-32877. 
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MP4.5 

Eigenimage Filtering of Nuclear Image 
Sequsnces of the Liver . W.J. Potvin"*, 
A.B. Abche, J.B. Farison, L.R. Low, 
J. P. Windham, Medical College of Ohio, 
Department of Radiology, Toledo, Ohio 
43699 USA. 

The effectiveness of the eigenimage filtering 
technique as applied to human liver g namic 
nuclear studies has been investigated. riTocess- 
ing was performed on sequential digital images 
obtained during first transit of technetium-99m 
labeled sulfur colloid. Temporal signature 
vectors were obtained from regions of interest 
established on the aorta, vena cava and parenchy- 
mal liver tissue. These vectors were used to 
generate signature matrices corresponding to 
image features designated as desired or interfer- 
ing. For each choice of a desired or interfering 
process, an associated weighting vector is used 
to produce a composite eigenimage in which a 
feature of interest is enhanced while suppressing 
undesired processes. 

The results of this processing provide images in 
which features demonstrating arterial blood flow 
can be clearly separated from structures asso- 
ciated with the venous system. Applications to 
the liver's arterial and portal blood supplies 
and vascular and avascular pathological struc- 
tures are presented. 



MP4.6 

Sensitivity and Applicability of Quality 
Control Indices for Gama Cameras^ 
A. Hughes* and P. F. Sharp, University of 
Aberdeen, Aberdeen, Scotland, AB9 2ZD. 

Much of the work carried out on quality control of 
gamma cameras has concentrated on defining ways in 
which measurements can be made. Very little work 
has been done into the practical value of these 
indices particularly into two major problems; 
firstly, how sensitive the indices are both to 
changes in device performance and the conditions 
under which they are measured and, secondly, how 
different indices interact in determining image 
quality. 

Studies of the sensitivity of various measures of 
gamma camera uniformity were carried out. It was 
shown that sensitivity of uniformity indices to 
the presence of a localised area of non-uniformity 
increased with count density, being most sensitive 
for images containinglO 000 counts/pixel. Images 
acquired according to the NEMA Specifications were 
less sensitive to changes in detector response* 
The uniformity indices which were the most sensi- 
tive were those calculated using all the pixels in 
the image contrary to the NEMA recommendations. 
The interaction between the spatial resolution and 
sensitivity of a collimator has been recognised as 
a problem for many years. Our work demonstrates 
how the perceived sharpness of an image depends 
upo^i imag^ count density. The effectiveness of 
XFtSJ^g figures. of merit in. cpm^iSlSg. the Iff ects 
of Botfi resolution and sensitivity wni lTe ailafssed. 



MP4.7 

ON THE CODED APERTURE IMAGERS WITH PAS- 
SIVE AND ACTIVE ELEMENTS, K V Ettinger, 
II University of Rome and J Brondo*, 
Scientific Innovations Inc. ,Wainscott 
m, USA 

Coded aperture systems of imaging are capable of 
imag:-ng gamma rays with energies which are un- 
suitable for conventional multi-hole collimators 
An efficient system of coded aperture imaging, 
using uniformly redundant arrays is described as 
a basic building block for assembling a scanner, 
a gamma camera or a tomographic imager. The 
principle of redundant arrays is to ensure that 
the obscuration of detectors from radiation 
sources being mapped, is such that the signals 
can be uniquely unscrambled. Modulation is per- 
formed by switching between two masks, one being 
a complement of another. The system can be im- 
plemented either with scintillation detectors 
(BGO or Nal) or with germanium solid state de- 
tectors. Discussion includes comparisons between 
circular and rectangular masks as well as incor- 
poration of coincidence technique into the coded 
aperture design. It is worthwhile to note that 
coded aperture systems can be used to image fast 
neutron distribution, albeit with different de- 
tectors than for gamma rays. 



MP4.8 

Pediatric Total Body Potassium Counter 
Kenneth J. Ellis*, USDA/ARS Children's Nutrition 
Research Center, Department of Pediatrics, Baylor 
College of Medicine, Houston, Texas 77030. 

The direct in vivo measurement of total body potassium 
(TBK) can provide information concerning the body's lean 
tissue mass. Although many nutritional studies have been 
performed in children, few have measured lean tissue 
mass directly. The noninvasive nature of the TBK 
measurement makes it ideal for pediatric use. 
Longitudinal studies in infants, however, are difficult be- 
cause of changes in the counting geometry caused by the 
rapid growth of the infant. To overcome this restriction, 
we have designed a whole-body counter that is invariant 
to body size from the premature infant (36 cm, <2 kg) to 
the 3-yr-old toddler (100 cm, <17 kg). The counting 
system consists of eight NaI(Tl) detectors (7.6 cm x 
7.6 cm X 100 cm) positioned lengthwise along the child. 
The cross-sectional geometry of the counter can be varied 
to match that of the child. The signals from the two 
photomultiplier tubes at each end of the 100-cm length 
are operated in multi-parameter mode. Custom software 
has been written for an ND9900 series analyzer that com- 
bines the two signals to give energy and spatial informa- 
tion per measurement. The average resolutions are 
±8.5% full width half maximum at 662 keV for energy 
and ±2.5 cm for position. For a 1000-sec counting time, 
the average error is less than ±4% for TBK measure- 
ments in infants. 
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MP4.9 

Development of a Knowledge Based System for the 
Radionuclide Renogram, 

P»J.Va8silokos*, Ch.Pierrakeas. N. Pal likarakis. 
Dpt. of Nuclear Medicine and Dpt. of Medical 
Physics, University of Patras, Greece. 

The Radionuclide Renogram (RR) using »«™Tc- 
DTPA, has been established during the last 
decade as a basic diagnostic tool in Nephrology 
and Urology. Today. the efforts are oriented 
towards a quantitative analysis of the 
parameters expressed by the Renogram curve and 
their relation to the pathophysiology of the 
kidneys. Such parameters are, the time and slope 
to peak activity, which expresses the ability of 
the filtration of renal parenchyma as well as 
the time for half peak activity which is related 
to the excretory ability of the kidneys. 

The analysis and processing of these 
parameters may lead to the development of a 
Knowledge Based System (KBS) for ccxnputer as- 
sisted diagnosis of renal diseases. 

So far 14 such parameters have been identified 
as quantitative indicators for the characteriza- 
tion of the renogram curve using data from 2t0 
cases from our electronic archive. According to 
the results obtained we can conclude that we are 
able to built a KBS for diagnosis of renal func- 
tional abnormalities. 
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MP5.1 

Monte Carlo calculations of fissue dose 
to determine stochastic and nonstochastic 
risks in Radiology^ * gI Williams^, 

Potvin^ Drexler^, R,A» Brinker, 
Medical College of Ohio, Department of 
Radiology, Toledo, Ohio A3699 USA. 

In certain tissues such as bone marrow and 
periosteum, realistic dose calculations and 
measurements are difficult to make* The 
determination of the risks of leukemia and 
osteosarcoma induction for children and young 
adults is important* Also there are many other 
radio-sensitive tissues in the body at risk* In 
diagnostic and therapeutic radiology significant 
doses can bo deposited in such tissues* A Monte 
Carlo method coupled to realistic 3D CT models 
has been used to calculate tissue doses* The 
results of the method to determine doses in 
radiology will be given* Also the latest data 
from this work, publJ.shed in ICRP AA and ICRP 
51, will be discussed and the work of a new ICRU 
Report Committee which is studying experimental 
and theoretical phantoms in radiology, radio- 
therapy and radiation safety, will be described* 

^ISS, GSF, Ingolstaedter Landstrasse 1, 
D80A2 Neuherberg, West Germany 



MPS. 2 

Monte Carlo Dose Calculation in a 
Three-Dimensional CT Image 
C. Chui* and R. Mohan 
Memorial Sloan-Kettering Cancer Center 
New York City, New York, U.S.A. 

The Monte Carlo code EGS4 has been employed to simulate 
radiation transport through a three dimensional CT image to 
calculate dose distributions for both electrons and photons. 
Since dose measurements in arbitrary geometries are often 
difficult if not impossible, especially in regions of electronic 
disequilibrium, Monte Carlo simulation remains the only 
viable alternative to produce accurate results. In principle, all 
physical processes can be included in such simulations. 
Calculations were first performed in a water phantom and 
other simple heterogeneous geometries for which reliable 
measurements can be made to ensure the validity of this 
method. Calculations were then performed on Rando 
phantom and actual patient CT images employing arbitrarily 
oriented and shaped beams in 3D treatment plans. Since 
Monte Carlo simulations require a large amount of computing 
time (up to weeks on a VAX-8550), it cannot be used 
routinely. However, they may serve as benchmarks against 
which other approximate methods may be compared to 
estimate uncertainty distributions of those methods. We 
present the simulation method, results and describe some 
variance reduction techniques that may be used to increase 
the efficiency of simulations. 



MPS. 3 

Is a Strict Convolution 
Applicable to the Computation of 
Dose Distributions for Megavoltage 
Photon Beams ? G.C. Field and J«J« 
Battista* , Cross Cancer Institute 
Edmonton, CANADA 

Two kernel-based algorithms are 
used to produce dose distributions 
for Cobalt-60, and 15 MV X radiation 
beams incident on a water medium. 
We first review the convolution and 
superposition integrals as 

descendants of the general dose 
equation , and identify major 
assumptions adopted by various 
investigators. Dose distributions 
are then computed with a VAX-1 1/780 
computer in both the real and 
Fourier domains and are compared 
with doses measured experimentally* 
The impact of different 

implementations on computational 
speed is measured while the effects 
on dose accuracy are visualized with 
colour maps of dose differences* We 
conclude with recommendations on the 
practical usefulness of the strict 
(fast) convolution and the less 
restrictive (slower) superposition 
algorithms* 

4S 
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MPS. 4 

Dose Perturbations at Interfaces in Photon 
Beams: the partial fluence model. 

Barry L. Werner, Ph.D.* Indra J. Das, M.S. 
Department of Therapeutic Radiology Box iiS^i 
University of Minnesota Hospital and Clinic 
Harvard Street at East River Road Minneapolis, 
MN 55155 

An improved version of the partial fluence 
model (Med Phys l^i, 585, 1987) for photon beam 
dose distributions at medium interfaces, is pre- 
sented. The original model explains how photon 
beam dose distributions in soft tissue surrounded 
by bone depends on the beam energy, thickness of 
the bone, and orientation of the interfaces with 
respect to the beam. Although the original model 
predicts approximate limits between which dose 
perturbation can be expected to be found, these 
limits are not narrow enough to calculate dose 
perturbations for clinical treatment planning 
purposes. The present, improved version of ^-he 
model describes how calculations of the actual 
dose perturbation can be made for photon beams of 
any energy at interfaces between materials of any 
composition. Dose perturbation predictions made 
with the improved version of model are compared 
with messurements made in layered phantoms con- 
sisting of polystyrene and materials of atomic 
number ranging from bone to lead, for photon 
beams ranging in energy from Co-60 to 21 MV. 



MP5.5 

Convolution Isodose Distributions of X-Ray Fields 
Derived from Monte Carlo Spectra. A.L. Boyer*, 
Y.P. Zhu, F. Pascal, L. Vang, Department of Rad- 
iation Physics, The University of Texas System 
Cancer Center, M.D. Anderson Hospital and Tumor 
Institute, Houston, Texas 77030. 

Isodose distributions of unwedged and wedged 
x-ray fields were modeled using convolutions 
employing the fast Fourier transform. The dist- 
ributions were calculated on a 64x16x64 array 
representing voxels 0.5cm x 2.0cm x 0.5cra. The 
convolution kernels were based on Mackie's Monte 
Carlo calculations. The EGS-4 Monte Carlo code 
was also used to simulate the production of x-rays 
in a Siemens linac and to transport the radiation 
through a complex beam modifying geometry. Wedged 
fields were modeled by ray-tracing through the 
physical wedge. 6 MV and 18 MV beam spectra were 
calculated as the weighted sum of 2,5 and 10 
components and compared with measured distribu- 
tions. Small changes in the spectra attributable 
to scattering from the collimators were determined 
by fitting to measured depth dose data. When five 
convolutions were used, the accuracy vas on the 
order of 1% and the calculation time was on the 
order of 20 min using a VAX/750 computer. A 
technique was expl .red to reduce the number of 
convolutions while maintaining good accuracy. 

This investigation w-s supported by PHS Grant 
CA43840 awarded by the i^.C.I., DHHS. 



MPS. 6 

Comparison of Algorithms for Solving 
inverse Problems in Radiotherapy 
Bengt K. Lind, Department of Radiation 

Physics Karolinska Institute, P.o» 
Box 60204 S-104 01 STOCKHOLM, SWEDEN 

Radiotherapy treatment planning of today 
IS mainly focused around what is called 
the forward problem in radiotherapy, 
i»e* calculation of the resultant dose 
distribution in the patient from a given 
treatment setup, including beam modali- 
ty, energy, beam angles etc. As the 
goal of radiation treatment is to 
deliver a specific dose to a target 
volume , without damaging surrounding 
healthy tissue or organs at risk, some 
sort of optimization has to be done. 

An alternative approach is to solve the 
inverse problem of radiotherapy, this 
has the benefit of including the optimi- 
zation part in a natural way. We have 
developed an iterative inversion algo- 
rithm for solving the inverse problem in 
radiotherapy. The properties of this al- 
gorithm will be discussed, and compared 
with other methods • 



Angular Distribution of Thick Target Bremsstrahlung 
Photons, R. Mohan.* G. Mlklos, C. Chui, Memorial Sloan 
Kettering Cancer Center, New York, USA and A» Bielajew, 
National Research Council of Canada, Ottawa, Canada. 

Angulat distribution of bremsstrahlung photons emitted 
from the target of a medical linear accelerator affects the 
photop energy fluence and spectrum as a function of radial 
diptdnce from the central ray as well as ?he magnitude of 
photon angular spread resulting from scattering from the 
flattening filter and the collimating system. The variation 
of energy fluence and spectrum with radial distance 
determines the magnitude of "horns". The angular spread 
determines the variation of output with field size and 
affects the sharpness of the beam boundary. Energy spectra 
and angular spread may be calculated by Monte Carlo 
simulation of treatment machine heads and the EGS Monte 
Carlo code has been employed widely in medical physics for 
this and other purposes. We have not been able to predict 
accurately the phenomena cited above using the default 
version of the EGS code. In an attempt to calculate more 
accurately, we have incorporated improved 
bremsstrahlung angular dependence in EGS and employed 
"parameter reduced electron-step transport algorithm" 
(PRcSTA) of Bielajew and Rogers to calculate energy 
fluence and spectra and angular distribution of photons as a 
function radial distance from the central ray. The effect of 
these improvements on "horns" and output factors will be 
demonstrated and a comparison of results of calculations 
with experiments will be shown. 



44 

1988 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



Medical Physics Scientitic Papers 



MPS. 8 

Beara Data Generator for Asymoistrically 
CoIliaatBd Fields) D«D« Loshek 
Marshfield Clinic, Marshfield WI, USA 

X-ray fields that are shifted away from the 
central axis by independent collimators exhibit 
alterations of output, beam profile and average 
energy* These perturbations are not well 
described by treatment planning systems that rely 
on discrete fan-line beam data* Two software 
modules capable of generating appropriate fan- 
line data for use in these systems are described* 
Both employ an off-axis output function end a 
profile generator* The profiles are generated as 
a product of three f ield-size-independent 
functions* These are a function describing the 
x-ray intensity in the absence of the collimator 
assembly, a function describing the scattering 
phenomena and a function describing the effects 
of the collimators* The variation in beam energy 
IS described by an explicit correction for the 
variation in zero-f leld-size tissue-maximum-ratio 
as a function of off-axis distance* One module 
utilizes the fan-line data for a symmetric field 
of equal size to calculate the values of scatter- 
maximum-ratio while the other module uses a 
sector integration over the field boundaries of 
the scatter-maximum-ratio data* The execution 
time of these modules is 5uf;*ciently fast to 
allow in-line use in the beam definition process* 

Supported in part by NCI grant 1 ROl CA^0253 



MPS. 9 

Inclusion of Electron Multiple 
Scattering in Photon Dose Calcula- 
tion, C*X* Yu* and J*W* Wong, 
Washington University School of 
Medicine, St* Louis, MO, USA* 



Changes in atomic number can result in 
large dose changes by perturbing electron 
multiple scattering* To incorporate atomic 
number effects in inhomogeneity correc- 
tion, explicit electron transport based on 
Ferme-Eyges theory was made for electrons 
generated by primary photon interactions* 
Monte Carlo simulations of broad photon 
beam incident on thin slabs of different 
materials were used to obtain the energy 
spectra of secondary electrons* The angu- 
lar and spatial distributions at each 
energy increment were also scored to de- 
rive initial scattering parameters* Elec- 
trons were then transported layer by layer 
using a mini-pencil summation method* 
Electron lojses during transport were cal- 
culated with an empirical function* Calcu- 
lations are being made to predict the 
small inhomogeneity data* The model forms 
the basis of a photon dose calculation 
algorithm which include electron multiple 
scattering* (Supported by NCI grant CA- 
41574) . 



MP6.1 

Where Does the LQ Model "Fit"?, D* Herbert, 
University of South Alabama, College of Medicine, 
Dept* of Radiology, 269 CSAB, Mobile, AL* 36688* 

The LQ hypothesis is now regularly deployed 
to explain, with apodictic assurance, a wide 
variety of so-called stochastic radiation 
responses at both high and low dose* For 
example, mutagenesis in plants (pink mutants in 
Tradescantia 02); carcinogenesis in humans 
(leukemia incidence and cancer mortality at 
Hiroshima and Nagasaki); cell survival (bone 
mariow stem cell survival in the mouse and the 
rat); radiation "complications" of normal 
tissues (hind leg paresis in rats)* For each of 
these endpolnts we have compared the appropriate 
generalized linear model (either Polsson or 
Bernoulli response) of the LQ hypothesis 
with the cognate model of a leading rival 
hypothesis (eg*. Target theory, NSD, etc*) on 
published experimental data* Our analyses 
inc lude the re spec t ive regression d iagnos tics 
for both models of each set of data as well as 
some use of semi-Bayesian regression methods 
where appropriate* The paper includes 
discussions of - and empirical evidence for - 
several current heterodoxies* One conclusion is 
that the choices of the respective published 
versions of the LQ hypothesis cannot be easily 
defended on the basis of these data - except as, 
in M* y* Berry's locution, "an invocation*" 



MP6.2 

Hazard Analysis and Radiation Survey of UV 
Lamps in Operating Rooms, SvxGsh M* Brah- 
mavar, Cathy Miller*, Helen Bollea and 
Marilyn Riddle* Baystate Medical Center, 
Inc., Springfield, MA 01199 

The adverse effects of exposure to germicidal UV 
lamps (254 nm) used in destruction of bacteria in 
air are erythema, eye burn, skin irritation, ex- 
cessive dryness and incidents of conjunctivitis. 
The beneficial or adverse effects depend on the 
product (uwsec/cm2) of time and intensity of UV ex- 
posure in operating rooms* A hazard analysis of 
UV lamps was undertaken to establish reasonable 
output levels at various locations in operating 
room* The intensity measurements were made at 
seventeen (17) different locations in two ORs for 
a set of seven (7) UV ceiling lamps per room. The 
intensity controls for inner and outer group of UV 
lamps were sftt independently to read 20 uw/cm2 di- 
rectly below each lamp at 6' from the floor* This 
results in output of 30 uw/cm2 at 3' from lamp 
surface. The locations included are: 6 spots at 
a height of 6' near OR table and 4 spots on the 
OR table at a height of 3*. The questionable ef- 
fectiveness of UV lights in OR is further compli- 
cated by the need to observe short time of expo- 
sure to avoid erythema or eye burns* Therefore, 
a RS/QC program for UV lamps has been established 
to overcome observed adverse health effects among 
OR staff* 
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MP6.3 

Scane Aspects of Radiation Environment for 
Space Radiobiology: A Selected Rev-iew, 
Dr. R. Datta and Dr. S. Datta*, Department of 
Radiology, LSUMC-S, Shreveport ,Louisiana,USA. 
Space radiobiology has just bom as a consequence 
of manned missions in space. Previous missions in 
space involved short trips in the relatively less 
hazardous radiation environment of equatorial low- 
earth orbits. Future planned missions, however, are 
expected to involve increasing human activities in 
space, flights to Mars, extended excursions to geo- 
synchronous and polar orbits for extended periods. 

The earth's magnetic field is populated vith 
trapped electrons, protons, and low energy heavy 
ions. The radiation environment in free space, how- 
ever, are the geomagnetically trapped, galactic 
cosmic, and solar flare-associated particulate ra- 
diations. Radiobiological factors in a rather com- 
plex radiation exposure to humans in space explora- 
tionmay have synergistic effect. Virtually nothing 
is known ssto their effects on biologiaal systems , 
especially at low doses for long term exposure and 
under microgravity conditions. Scenarios as to ra- 
diafci induced-effects need to be quantified. Rel- 
evant topics such as spaceflight dosimetry ,biologi- 
cal effects of the so-called HZE particles, inter- 
actions of dynamic spaceflight factors and radia- 
tion, and finally the necessary trade-offs of sys- 
tem performance to address sytems safety concerns 
as to radiation effects on both electronic compo- 
nents and population at risk are highlighted. 



MP6.4 

Hazards to the Earth's Ozone Environment over India 
B.L. Acharya*/ A. A. Chougule and G.R. Agarwal/ 
R.N.T. Medical College, Udaipur, INDIA 

It is increasing concern of artificial production 
of nitric oxide and fluromethanes, nitrogenous fer- 
tilizers and nuclear explosions reduce the ozone 
through reactions which are now fairly well under- 
stood and for which reaction rates are now avail- 
able. In the present investigation suitable model 
for ozone and recent availcQjle reaction rates con- 
stant have been used to find out the concentration 
of ozone. The ozone data obtained from baloon 
sonde recently for various Indian stations .ike 
Trivandnim, Poona, Delhi, Ahmedabad, Mount Abu have 
been compared with that obtained from model calcula- 
tion. It is found that the ozone layer concentra- 
tion is reduced day by day and the flux of ultra- 
violet radiation reaching the earth have been in- 
creased. This can result in a variety of environ- 
mental consequences including possible increase in 
skin cancer, stoppage of tissue growth, albumin, 
coagulation, change in global temperature, rain 
fall conditions and introduction of ecological dis- 
turbances. Biological, climatic and ecological 
effect of ozone depletion have been discussed m 
detail. 



MP6.5 

In vitro measurements of 5-irainodaunomycin 
laser induced toxicity, A. Andreoni, 
A. Colasanti, U. Giani, A. Kisslinger, 
A. Mancini, M. Mastrocinque, G. Roberti, 
P. Russo*, University of Naples, 1-80125 
Naples , Italy . 

In order to evaluate the effectiveness of 
antracyclines in tumoral phototherapy, we 
investigated the effects of laser light on 
cellular cultures of human liposarcoma incubated 
in a medium containing 5-iminodaunomycin. Cells 
were irradiated, with different light doses, at 
the absorbance peak of the drug (590 nm) , with a 
cw dye laser pumped by an Argon laser. Cell 
viability was evaluated by measuring their 
uptake of [H3] thymidine. Our results show that 
the treatment with drug (at a given 
concentration) and laser light affects the cell 
mortality more than drug alone (at the same 
concentration). The results are discussed taking 
',ato account some possible interaction 
mechanisms between 5-irainodaunomycin and DNA 
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MP6.6 

ROLE OF LASERS AND DIHEMATO 
PORPHYRINE ETHER ( PHOTOFRIN-I I ) IN 
DAMAGING THE MEMBRANES OF HUMAN 
ERYTHROCYTES. S. Ganesan*, 
S.R.Manoharan/ V.Masilamani and 
G.N.S. Prasad/ Dept. of PhysicS/ 
Anna University, Madras-25/ INDIA. 

Photoradiation therapy for local treatment 
of tumours utilizing hematoporphyrin deri- 
vative as photosensitizing drug is under- 
going clinical trials in several coun- 
tries. But the action mechanism in the 
killing of cells is still unclear. The 
present study was under taken to explore 
the posible role in membrane damage of 
human erythrocytes due to lasers at diffe- 
rent wavelengths and the photosensitizer, 
Photofrin-II. It was found that, i) the 
percent hemolysis increases in increasing 
the Concentration of the drug, ii) increa- 
ses with pre-incubation time, indicating 
the uptake of drugs by the cellS/ iii) de- 
pends on the post incubation time indica- 
ting the photochemical nature of the 
damage and complete hemolysis was found 
within 24 hours after irradiation and 
iv) the percent hemolysis purely depends 
on the wavelengths of laser used, indica- 
tes that/ the nature of the effect was 
purely chemical one and not thermal one. 
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MP6.7 

Ultrasound Irradiation of Chicken Embryos - 
Technique. MS Rosenthal*, JW Yip, YPL Yip, 
and C Capriotti, Universit" of Pittsburgh, 
Pittsburgh, PA, 15261, USA 

Documentation of bio-effects from non-ionizing 
radiation requires precise knowledge of the expo- 
sure to the animal system and as natural environ- 
ment as possible. We report here an exposure sys- 
tem that allows good quantitation of the embryos* 
exposure to ultrasound irradiation. 
The embryos are prepared jy making two openings in 
the egg shell, one at the air sac, the ottier at 
the opposite end. Over the second hole a gas per- 
meable, ultrasound transparent membrane is applied. 
For irradiation, the egg is placed vertically with 
the air sac towards the bottom in a large water 
bath maintained at Sy^'C. The embryo is positioned 
in the middle of the second hole. The ultrasound 
energy is transported from the transducer to the 
egg using an acoustic coupler. Below the egg is a 
microprobe whose output is fed into an A/D con- 
verter on board a PC/AT computer providing online 
monitoring of the exposure. 

Results indicate that the SWR is approximately 1.1 
with this configuration, and that there is 80% 
transmission through the egg. 



MP6.8 

BI -PYRAMIDAL MULTIMODE RESONATORS FOR 
IN-VIVO ELECTROMAGNETIC SPECTROSCOPY, 
J Brondo, Scientific Innovations Inc., 
Wainscott NY, USA. 

A large bi-pyramidal cavity resonator is descri- 
bed, intended for the measurement of thermal 
noise emission in a broad range of microwave 
frequencies from a human or animal subject pla- 
ced inside the cavity. This is a more sensitive 
arrangement than an anechoic chamber with an an- 
tenna array and it is a matter of interest to 
establish not only the shape of thermal noise 
emission spectra but also to register any non- 
thermal components of emission, which have been 
postulated by others. The relationships between 
the dimensions of the source, the cavity and the 
wavelengths in question are such that the cavity 
operates as a multi-mode resonator. The bi-pyra- 
mid shape permits an introduction of pick-up 
couplers into the side walls with a smaller 
amount of perturbation than in other designs. 
The system can be calibrated with a white noise 
generator and the cavity can be also used to 
measure absorption by the body in the microwave 
region. The absorption measurements require a 
broadband noise generator and a spectrum analy- 
zer. In the absence of the body, a swept frequen 
cy source is needed to measure the intrinsic 
response of the cavity. 



MP6.9 

BACTERICIDAL EFFECTS OF LASERS AND 
ACRIDINE ORANGE ON E-COLI:IN VITRO 
STUDIES/ S.Ganesan*/ V.Jayapal+, 
V.Masilamani , G.N. S.Prasad/ 
S.P.Thiagara jan+. and D.Subramniam+ , 
Dept. of physics, Anna University/ 
'Madras-25 +Dept. of Medical Micro- 
biology, Institute of Basic Medical 
Science/ Univ. of Madras/ Taramani/ 
Madras-113/ INDIA. 

Laser play a vital role in orthopedics 
as an adjunct treatment for chronic osteo- 
myelitis. The paper presents the study of 
bactericidal effect of lasers in the 
presence of a sensitizer Acridine Orange 
on E-Coli/ the organism encountered m 
chronic osteomyelitis. The results shhows 
that Nitrogen laser has better effect han 
other laser has better effect than other 
lasers and the killing effect enhanced m 
the presence of Acridine Orange. So the 
Bactericidal effect was essentially photo- 
chemical in nature and not a thermal one. 



MP6.1D 

Study of the Metabolism of Muclaar Fallout 
Products fay means of Stable Isotopes as 
Tracers. 

M. C. Cantonexo, c. Cavicchiolixo, g. Gambarini^®, 
N.Molho xo, L. Pirolaxo, Ch. Hansen* . E. Werner* 
X Ulpartimento di Fisica dell'Universit^, 

Milano, Italy 
o I.M.F.M. Sesione di Milano, Milano, Italy 
+ Istituto di Fisica del PoXitecnico, 

Milano, Italy 
♦ Ges. fOr Strahlen-und Uirweltforschung, 

Frankfurt/Main, FRG 



The evaluation of the dose due to the intake of 
radioisotopes from fallout is based on specific 
metabolic models. These models in some cases 
are quite detailed and may be supported by much 
experimental evidence from observation on 
humans. In other cases, data may be limited to 
a few observations on a particular group 9f 
population or on species of experimental ani- 
mals. 

We belive of particular significance to study 
the human rratabolism of elements, like for 
instance Mo, whose radioactive isotopes are 
included in nuclear fallout. Considering that 
radioactive and stable isotopes follow the same 
metabolism, stable isotopes are used as tracers 
to prevent radiation damage. 

Proton Nuclear Activation technique, wich 
allowed us to study iron metabolism by means of 
stable isotopes, was applied to the study of Mo 
metabolism. The optimization of the relevant 
parameters was previously tested in order to 
nvaloate the sensii,lvity limits for an instru- 
mental an*! lysis. 
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MP6.il 



Study of the Tannin Influence on Iron 
M9tal3olx.sni studied by moans of Stable 
Isotopes as Tracers. 

M.C.Cantonexo G.Gambarini+o M.Molhoxo, 
L. Pirolaxo, p. Salaxo, Ch. Hanserpf7E~??erner* 
X Dipartimento di Fisica dell'Ui, <versit4, 

Milano, Italy 
o I. N.F.N. Sesione di Milano, Hilano, Italy 
+ Istituto di Fisica del Politecnico, 

Milano. Italy 
* Ges. fOr Strahlen-und Unweltforschung, 

FrankfurVMain, FRG 



The possibility of studying in humans the 
correlation between intestinal iron absorption 
ana the assuirption of particular substances 
mcludod m alimentary diet, is related to the 
method used for investigating the intestinal 
absorption itself. 

By considering that it is not free of danger to 
carry put such a study on humans by means of 
radioactive tracers, we belive that a method 
using stable isotopes as tracers finds a good 
field of application. 

We developed a method for the study of iron 
n^tabolism by means of stable isotopes measured 
by proton nuclear activation. This method was 
first tested on rabbits and then on humans. 
The present study is aimed to verify the 
hypothesis that tannin influences the iron 
intestinal absorption. 

For this purpose healthy people is investigated 
before and after assumption of a tannin rich 
food. 



MP6.12 

PHOTON ACTIVATION ANALYSIS IN-VIVO FOR 
MAJOR BODY ELEMENTS, K V Ettmger, II 
University of Rome, Italy and U J Miola* 
Royal Armed Forces Hospital, Riyadh, 
Saudi Arabia . 



Photon activation analysis has got a number of 
advantages m comparison with the technique of 
neutron activation analysis m present use. The 
uniformity of detection is very good and the 
effect of the body shape can be easily accounted 
for or even ignored. It is possible to measure 
oxygen, carbon and nitrogen using bremsstrahlung 
of sufficiently high energy, m order to form 
positron emitters which could be distinguished 
from each other by the differences m their half 
lives. One of the most common measurements in- 
vivo is the determination of nitrogen, which is 
most easily measured by photonuclear method, 
having the lowest formation threshold (10.6 MeV). 
Potentially most accurate are n»easurements which 
utilize as a as a source of photon fluence,X- 
rays produced m reverse Compton scattering of 
laser light from electron beams, a facility 
which is now becoming available m most of the 
synchrotron light sources. Two examples are 
given of the installations for photonuclear 
activation analysis in-vivo. The radiation dose 
imparted to the patient ,in order to attain a 
result with accuracy and precision adequate for 
clinical use, is about 1-2 cGy. 



MP6.i3 

Influence of Rotating Magnetic Field on the 
Activity of Alkaline Phosphatase in Iiiflam- 
matory Exudate, Hu Jixiang* , Wang Mibin, 
Chen Dezhong, Yang Zhen^cng, Hanan Medical 
University, Changsha, Hunan, Vhe People's 
Republic of China 



The purpose of this experiment investigation was 
trying to search the mechanism of antiedema effect 
of rotating magnetic field (antiedema was one of 
the effects of magnetic field). The rat paw was 
immersed into hot water of 60'C for 10 seconds to 
induce local edema, one of the rat paw exposed to 
rotating magnetic field of 1000 Oe. for six hours. 
At this time an exudate sample of 2-4 microlitre 
was taken by microlitre injector. The rapid method 
for determining alkaline phosphatase activity in 
serum with thymolphthalein monophosphate as a new 
substrate was used. 

The activity of alkaline phosphatase of the expo- 
sure group and the control was employed for stati- 
stical estimation. Significant difference (n«33, 
P 0.01) between two groups was noted. It indicated 
that the activity of alkaline phosphatase in ex- 
udate of : \e treated group was higher than that of 
the control. 
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MP6.14 

IMPROVED DIAGNOSTIC PERFORMANCE ON THE SEVERITY 
OF LEFT VENTRICULAR HYPERTROPHY USING BODY 
SURFACE MAPPING. M. Yamaki! K. Ikeda, I Kubota. 
K Nakamura, K Hanashima, and S Yasui. Yamagata 
University School of Medicine, \amagata, Japan 

To improve the ECG diagnosis on the severity of 
left ventricular hype^. trophy (LVH), 87 uni- 
polar ECGs were recorded from 87 pts with LVH 
(34 hypertension, 23 HCM, 30 AR). The ECG 
changes were evaluated by two following points: 
Dincreasing in QRS voltage, 2) delaying local 
activation. We measured for each lead, a) R 
voltage, b) aqrs (the net area of QRS), c) VAT 
(ventricular activation time), and d) DI of 
AQRS and VAT, where DI=(X-mean )/SD. From those 
measurements, we calculated 7 ECG parameters 
for each patient! 1) R max, 2) AQRS max, 3) 
AQRS-max DI, 4) AQRS +2SD area (area si?e where 
DI>2), 5) VAT max, 6) VAT~max DI, and 7) VAT 
+2SD area. Among these, we selected the most 
effective parameters for the LVH diagnosis 
employing a stepwise multiple regression 
analysis, in the hypertension and HCM group, 
the combination of VAT +2SD area and R max was 
the best for estimating the wall thickness 
(multi-pie R =0.73). In the AR group, the AQRS 
max was the best for estimating LV internal 
dimension ( r= 0.73). Deve3 oped regression 
equation correctly diagnosed 87% of subjects on 
the presence of the LVH. These were superior to 
the 12-lead ECG. We can improve the ECG 
diagnosis for LVH by ECG mapping. 
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MP6.15 

A Simulation Study of 3D Vascular Bed 
Reconstruction. J. Wu* and D. L. Parker, LDS 
Hospital/University Utah, SLC, Utah 84143. 

This paper presents a simulation study of the effects 
of various imaging parameters and physical image 
degradation sources on the accuracy and precision 
of 3D artery reconstruction. 3D coordinates of the 
vessel centerline are determined from the 
centerline coordinates in two views. Orientation 
corrected densitometric information is averaged 
over the entire, visible, arterial bed, to determine a 
densitometric conversion factor for each image. 
Absolute lumen cross sectional area is determined 
densitoKietrically for all vessel positions. 
For the simulation study, a 3D representation of a 
human left coronary artery is used to generate two 
projection images at arbitrary orientations. The 
effects of beam hardening, x-ray scatter and system 
blurring are incorporated in the forward projection, 
to match the imaging physics. The resulting 3D 
representation is compared with the original "true" 
representation. In the absense of beam hardening 
and when the vessel is clearly seen in both views, 
an average error of 0.08 +/- 0.13 mm in vessel 
radius is obtained. While the system is moderately 
insensitive to scatter, beam hardening causes an 
large and small x-ray paths through iodine to be 
under- and over- estimated, respectively. 



MP6.16 

Study of Biomechanical Mechanism 
for Occupational Exposures to Vib- 
ration, J. Xie*, S. Ma, M. Xiong, 
and X.Liu, Hunan Medical Unlvercity 
Changsha, Hunan, P. R. China 



This paper describes the study of mecha- 
nism on secondary Raynaud's phenomenon 
according to biomechanical principles and 
methods. We finished the researches of 
8 mine areas and 1067 pneumatic drillers. 
We made some animal experiments as well. 
The results follows: a). Irradiating with 
vibration can make micrangiums resistance 
to increase up to 4.5 times, b). Irradi- 
ating with vibration can cause blood 
vessel collapse. The collapse grade is 
determined by the vibrational accelera- 
tion and the stress due to the power of 
gripping. Usually, the effect of stress 
is bigger than acceleration's, c). As 
far as vibrational harm is concerned, in 
the part of high frequency, Raynaud's 
phenomenon is the main damage. In the 
part of low frequency, the whole body 
vibrational damage is main. 



MP6.17 

Microcxmauter^based Nuclear Pcobe: an 
e3q)erience in Cardiac Surgery, R.M.V. 
Piva*, J.M.S.I^scualr J.O.C.Auler Jr., 
J.C.Meneguetti, C.P.Melo and C.C.Robi- 
lotta. Heart Institute and Hiysics Ins 
titiite of University of sSo Eaulo, CP. 
8091, SSo Paulo - BRAZIL. 

Ihe interfacing of a scintillation detector (a 2" 
X 2" NaCl(Tl) crystal) with an appropriate col - 
liinator to a microcoiTputer can provide a sinple 
method for beat-to-beat ventricular function eval- 
uation. The technique, which incltdes an injection 
of Tc-99m labelling red blood cells, was ptevicusly 
validated with cardiac gated blood pool iitBging 
using a conventional ganma cainara system. 
At the Heart Institute, the potential of this de- 
vice as a bedside monitoring system has been tested 
in patients submitted to various cardiac surgical 
procedures. Ejection fraction, heart rate, systolic 
and diastolic intervals were measured at pre-oper- 
atory period as basal parameters to be conpared 
with the ones obtained at post-operatory period 
mainly in high risk patients. It v;as noted a good 
correlation with clinical evolution. 
Hie method is presented as a low cost and non-inya 
sive alternative for continuous monitoring of 
cardiac function in patients submitted^ to cardiac 
surgery. 



MP6.18 

ATPase Enzyme Structure Extraction From 
Its Blurred Image, Liuda Chu, xnstitute 
Of Electronics, Academia Sinica, China 

The structure of ATPase enzyme has been 
studied by using different methods 
including protein sequencing which has 
produced its general structure. The 
shape and density taken under microscope 
show high background noise and low reso- 
lution. Image processing algorithms have 
been developed and implemented for redu- 
ing noise, enhancing and detecting edges 
to extract contours. Gauss-Laplacian 
filter, histogram equalization, linear 
transform and non-linear statistical 
transform have been used. In addition 
geometrical transform has been combined 
with a digitizer to achieve rearrange- 
ment of those enzymes for comparasion. 
It is proved practical and useful. 
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MP6.19 

Predicting decay in radical concentration 
in an amino acid following heavy ion ex- 
posures. J.W. Hansen' and K.J. Olsen, Ris0 
National Laboratory, DK-4000 Roskilde, 
Denmark. Herlev Hospital, 2730-Herlev, 
Denmark. 

The decay rate of the CH3COOH radical in the ami- 
no acid L-a-alanine depends on the deposited en- 
ey'gy SQc^ is less than 1% per year after exposure 
with o^Co Y-rays to doses an order of magnitude 
below the dose for maximum obtainable radical 
production, saturation dose. A decay of 1355 in 
2000 hours has been measured after exposures to 
saturation doses with fast electrons of high dose 
rate. Increasing decay rates of radical concen- 
tration have been measured at low average doses, 
single tracks, from heavy charged particles. 
Exposure with penetrating 16 MeV protons results 
in a small but significant decay, while an ap- 
preciably larger decay has been measured for 
stopping particles of higher average LET in the 
sample. We have compared measured radical decay 
after exposures to low average doses from heavy 
charged particles with an expected decay obtained 
from calculations on track energy density distri- 
butions and measured decay after fast electron 
exposures to saturation doses. We see a good 
agreement between experimental data and results 
obtained from this model. 



MP6,20 

CARDIAC OVTPUT MEASUREMENT USING DOPPLER TECHNIQUE. 
S. Sakthivel, S. Suresh, I. Suresh, and G. Prasad* 
Dept. of Physics, Anna University, Madras-2S, 
INDIA ' 

Cardiac output is the most important descriptor 
of ventricular function in clinical use today. 
Doppler principle allows accurate assessment of 
cardiac output noninvasively. To determine car- 
diac output we need the heart rate and the stroke 
volume. The stroke volume can be calculated from 
the flow velocity integrated and cross sectional 
area. The cardiac output was calculated from the 
Doppler in formation measured from the apical 
window. The cardiac output can be measured either 
at mitral valve or at aortic root at pulmonary 
valve. In this study, the cardiac output was 
measured from LVOT close to aortic root. In case 
of pulmonary flow, it is very difficult to get 
the proper window. The cardiac output is seen 
to increase with advancing age from this study 
(childhood to adulthood). It reaches a plateau 
which adult stages and it was also found that the 
stroke volume and heart rate are inter-related. 
If the stroke volunie is high, the heart rate is 
less and vice versa. The compensates the final 
output . 



MP6.2I 

T3,T4&TSH levels estimation for testing the 
thyroid function in Adivasiarea, G.R. Agarwal, 
B.L. Acharya* and M. Tyagi/ R.N.T. Medical College, 
Udaipur-313001(lndia) 

The thyroid hormones estimation is an important 
investigation in asi:essing the different thyroid 
diseases. The totc^l 1050 Cases have been consid- 
ered in the present investigatio.n. in the heart 
disease Cases (35) serum T3 is found to be low. 
ahe stress generally causes a fall in serum a'3 
lavels in heart disease patients. In diabetes 
patients (.47) T3 is found to be low in most of 
cases where as T< and TSH levels are noimal in 
diabetes cases as we.ll as in heart disease cases. 
The hormones levels estimation in malignant head 
and neck cases (45) show after external Irradia- 
tion induces euthyroid sick. The female cases in 
the age group of 16-30 years are ma..imum. The 
laboratory normal range has been v(:ven using con- 
trol charts for T3, T4&TJH. The results have 
been discussed. 



MP6.22 

A Preliminary Experimental Study 
on Reflection, Transmission and 
Absorption of Light By Human Skin, 
Tang Jianming*, Fu Changyu, Third 
Military Medical College, Chongqing, 
P.R-China 



It was found in this study that light irradiat- 
ed on the human body is reflected not only by 
the superficial skin but also by the tissue 
layers underneath the skin. The absorption 
peaks of the reflectance curves for the light 
wi^ he wavelength between 400-800 nm by the 
hum. body are similar to those of the transmit- 
tance curves by the human blood; and in the 
same range of light wavelenght, the reflectance 
and transmittance curves of the skin or skin 
plus hypodermic tissues possess the similar ten- 
dency of alterations. Thus this study provides 
certain useful parameters for the treatment and 
protection against Ifght and laser. 
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MP6.23 

EPR and Dielectric Relaxation applied to in vitro 
Myogenesis: Effects of Ions, MX Saniini*, Lab. 
di Fisica» ISS, Rome, Italy, A. Boninconlro» C. 
Cametti, Dip. di Fisica, U. di Roma» Romc» Italy, 
R.E. Hausman, Biology Dept., Boston U.» Boston, 
MA and P.L. Indovina, Dip. di Fisica» U. di 
Napoli, Naples, Italy 

Electron Paramagnetic Resonance (EPR) and dielectric 
relaxation (in the radiofrequency range) allow information 
of membrane order and the conductivity and permittivity 
of membranes to be obtained. We applied these two 
techniques to the study of membrane changes occurring 
during myogenic differentiation. With EPR, we have shown 
that membrane order varies during myogenesis and that 
this varlun is altered by the addition of monovalent 
ions (Li"^, Cs"*;. An analysis using a "single-shell" model 
of the conductivity dispersion due to interfacial 
polarization CMaxwcll-Wagner Effect) seen in myoblasts 
during development demonstrated that conductivity and 
permittivity of the membrane goes down abruptly during 
the period of known fusion. Moreover, the addition of trie 
above-mentioned ions shifted the abrupt drop in 
conductivity abd permittivity to later culture times, 
indicationg that fusion had also been delayed. A possible 
model for the effects caused by these ions on myogenisis 
is suggested. 



MP6.24 

Soft X-ray Contact Micrographs of Various 
Biological Cells: A Test of Resolution. G. D. 
Guttmann* and M. R. Howells, Center for X-ray 
Optics, and E. L. Alpen, Life Sciences, Lawrence 
Berkeley Laboratory, Berkeley. CA 94720. U. S. A. 

Numerous biological samples h&ve been examined by 
soft x-ray contact microscopy at LBL. An effort 
has been made to establish a protocol for 
preparing biological samples for examination In 
the soft x-ray contact microscopy station at I3L. 
Development and electron microscopy examination of 
the exposed x-ray senslclve resists have also 
followed an established procedure. The Images 
presented will test the resolution of soft x-ray 
contact microscopy as applied to biological 
samples. Typical samples being examined are 
premature condeiu d chromatin, 9L gllalsarcoma 
cells, and vesicles made from the "brush border" 
of the LLC-PK (pig kidney tubule) cells. This 
research Is supported by the U. S. Department of 
Energy under Contract No. DE-AC03-76-SF00098. 



MP6.25 

The Short-Range Acousticail Field Calculation 
and Resolution Estiaate of Linear Array 
in Medical Ultrasonic Toaograph 
R.C.Chen'' and Y.Z.Jing 
Shanghai Jiao Tong University. Shanghai. China 



The calculation of the acoustical field radiated by a 
definite aperature is based on Huygeus-Fresnel principle. 
The sathenatical operation Bay be sinsplified, if Fresnel 
or Fraunhpfer apprixiaation is adopted . But the condition 
for approximation are usually unsatisfied for the nost of 
detected regions in nedical ultrasonic apparatus. In this 
article, the caculation is Bainly accooplished by neans of 
angular spectruK aethod which is suitable for all regions 
in acoustical field. With the application of FFT algori- 
thuD in this nethod. the tiae of the nuBervil calculation 
nay be saved. In this paper, the choice of 'nterval and 
anjount of saapling points is discussed with an exanple of 
linear array. The result of calculation provides a basis 
for researching lateral resolution of linear array and for 
dynanic focussing segsent by segsent. 
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MP6.26 

INTELUGBNCE, COGNITION AND FUZZY LOGIC 
Madan M. Gupta* Intelligent Systems Research 
Laboratory, College of Engineering, University 
of Saskatchewan, Saskatoon, S7N OVO, Canada. 

This paper is concerned with the modeling 
aspects of the process of human mentation and 
cognition using fuzzy logic for the emulation of 
intelligence and other associated attributes on 
a machine. The human mentation acts upon 
cognitive information. The natural sensors, 
eyes, ears, nose etc, acquire the fresh 
information from our environment on a continuous 
basis. This information is relayed to the 
cognitive processor, the brain, through sensory 
neurons. The cognitive processor recalls the 
previously stored information in the memory, 
(experience, knowledge-base) and converts the 
freshly acquired information into relative 
grades. Then the process of mentation does an 
appropriate processing yielding the phenomenon 
known as 'perception'. This process of mentation 
thus deals with the graded-uncertainty and its 
cognate graded-information. We call such an 
information as the cognitive information and 
model it using the notion of graded membership 
embedded in fuzzy logic. This notion of graded 
membership leads towards the natural mentation, 
cognition and perception phenomena. Presently 
our studies are directed towards the emulation 
of natural vision-perception phenomenon and 
cognitive process. 
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MP6.27 

Meeting the Demand of Medical Physicists for 
the year 2000, U. Madhvanath, DRP, Bhabha 
Ato«»lc Research Centre, Bombay-400 085, India. 

Human resources development Is required to be 
consciously planned If we are to effectively man 
the diagnostic and therapeutic facilities of popul- 
ations In the emerging countries-all looking Into 
the year 2000. The unique experiment carried out 
by the Bhabha Atomic Research Centre In a period of 
25 years stands testimony to this development pro- 
gramme. Sensing the advent of cobalt-6G teittherapy 
machines to India in mid-fifties, six physicists of 
this centre were deputed to Torontj, London, Stock- 
holm and other places of radiotherapy centres and 
following their return, a one year training course 
on Hospital Physics and Radiological Physics was 
started in 1961 to train 15-20 physics graduates 
drawn from all over the country each year and provi- 
de them to hospitals, industries and research insti- 
tutions handling radiation sources. Country's dema- 
nd is abundantly, met. They man toda^ 150 telethe- 
rapy facilities, 90 each of brachy therapy and nucl- 
ear medicine centres. The success this programme 
rested in the generous financial support by the 
Government of meeting the living expenses of the 
candidates as it was realized that a new discpllne 
and profession is not viable at the universities. 
Problems of developing countries, when advanced 
technologies of the West were borrowed, can only be 
overcome by organised training programmes of this 
type. 



KP7.1 

THE RADIOLOGICAL ACCIDENT IN GOIANIA: AN OVERVIEW 
C. E. de AUeida* J. J. Pozenthal and R. N. Alves 
Coaissao Nacional de Energia Nuclear - BRAZIL 

A radiation accident involving a radiotherapy Cs-137 source,uith 
an activity of 1375 Ci, has occurred last septeaber in Goiania 
(1.100.000 inh.). A radiotherapy source head in disuse, was 
reaoved by a group of people involved with the junkyard 
business. Later on, it was broker.* releasing its radioactive 
content to the environaent in the cheaical fora of Cesiua 
cloride. Due to the high solubility of this coapound the 
dispersion into the environaent was favoured by the winds and 
rainfalls. HoMever, the aajor contaaination vector was indeed 
the people directly involved, since they have transfered parts 
of the source with the lead shielding to three junkyards in the 
city and distributed saall parts oF the source to aeabers of 
their faailies. "The blue glow eaaitted by the coapound, led thea 
to believe that they could be facing a precious stone''. As result 
of this, seven aajor radiation spots was found in the city 
within the saae neighborhood, with radiation levels up to llOR/h 
at one aeter, ieaediately evacuated and isolated. External and 
internal contaaination was found in 2A<» peopie out of 118 220 
aonitored; 129 people required aedical care, including soae with 
severe internal contaaination and external radiation injuries. 
Four people died of acute radiation effects and one had his right 
foreara aaputated. This paper will present an overview of the 
accident, the scenario, the eaergency procedures, the dosicetry 
and its environaental iapact* 



MP7.2 

THF CHINESE HUMANOID PHANTOM AND ITS APPLICATIONS 
IN MONITORING FOR RADIATION DOSAGE IN CHINA. Lin 
Da-quan* and W. Da-ke, Chengdu University of 
Science and Technology, Sichuan, P.R.C. 

The humanoid phantom has been widely used in medi- 
cal radiation fields. For the first time in China 
since 1984, we have developed a new humanoid phan- 
tom which has successfully applied in monitoring 
for radiation dosages. This phantom, which is 
165 cm in height and 57,5 kg in weight, is bx^^id 
on the average adult man of china. The thermo- 
plastic coupled materials, which radiation equiv- 
alence is assured among 12-1250 KeV and its devi- 
ation is within + 5%, are adopted as the tissue 
substitute for all parts of the phantom except the 
lungs. Our phantom consists of 11 parts and 20 
cross sections and each section has 3x3cm rectang- 
ular hole grid and organ hole, and the TLD holes 
(3x20mm) are over 500. Assemble devices have been 
developed which provide a new ease of \ise in pat- 
ient-like positioning. Internal nylon rods pass 
through holes in each section. 

The type of pharitom has been produced 10 sets since 
J 984 in China anC thc^y are the important experi- 
mental tool in radiation protection, medical diag- 
nosis, radiotherapy, medical education and the 
radiation research fie3d, etc. 



MP7.3 

A Survey of Radiation Exposure in Diagnostic 
Radiology in Latin America, G.P.Hanson , World 
Health Organization, 1211 Geneva 27 Switzerland 
and G.Gomez Crespo,PAHO/WHO Consultant. 

In 198A the Pan American Health Organization 
arranged visits by the authors to Argentina, 
Brazil, Colombia, Costa Rica, Ecuador, Mexico, Nether- 
lands Antilles and Nicaragua in order to collect 
information concerning the availability and utili- 
zation of radiodiagnostic services in Latin Ameri- 
ca and the Caribbean.That study Included a survey 
of the radiation exposure received by patients 
during the most frequently requested x-ray exami- 
nations. 

To our knowledge this survey is unique because a 
standard methodology was used and all the measure- 
ments were made with instruments provided and/or 
calibrated by a single reference dosimetry labora- 
tory whose secondary standard calibration instru- 
ments are compared directly with a primary radia- 
tion standards laboratory, the U.S. National Bureau 
of Standards. 
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MP7.4 

CT useage In Manitoba and the correspond- 
ing patient doses (1977-1987). W» Huda* 
and G.A. Sandlson, Medical Physics, MCTRF, 
100 Olivia Street, Winnipeg, Canada, R3E 0V9* 

The use of CT In Manitoba has Increased from an 
Initial rate of A. 2 patients per year per 10 poo- 
ulatlon In 1978 to 18.2 patients per year per 10"^ 
In 1987. Values of effective dose equivalents, 
Hp's, have been evaluated for the EMI 5005, GE 9800 
and Siemens DRH CT scanners used In this province 
over the 11 year period under studv. Modern CT 
scanners result In an Hg value of 200 mrem for 
typical head examinations and Hg values In the 
range 600-1,700 mrem for typical body examinations. 
The per caput population effective dose equivalent 
In Manitoba Increased from 0.52 mrem In 1978 to 
8.1 mrem In 1987 • 



MP7.5 

A Comparison of Several Mammography Films Using 
a Contrast-Detail Imaging Phantom and a 152-ACR 
Phantom. R.C. Pleischraan*, L.N. Rothenberg, 
Heiaorial Sloan-Kettering Cancer Center, 
New York, NV 10021. 

Reading a mammogram is one of the nost diffi- 
cult tasks required of a radiologist, the film/ 
screen system greatly influences the ability of 
the radiologist to detect clinically important 
information. The dose required to obtain an image 
is also an extremely important characteristic 
of the film. 

We have compared Dupont SR-329, 
Dupont SP-150, Kodak OM-1, Kodak 1M and Fuji Ml-NH 
mammography films using a Kodak Min-R cassette 
for all exposures. A 152-ACR phantom approved 
for use in The American College of Radiology 
Meumnography Accreditation Program was 
radiographed to obtain images of clinically 
significant targets. A contrast-detail phantom 
was also radiographed to evaluate the films. 
For each type of film, three radiographs were 
taken of each phantom. The radiographs were 
ranked in order of the detectability of the 
various targets. 

The dosimetry characteristics of the films 
were measured using a Radcal 10X5-3M chamber. 
The film speed as well as the H&D characteristics 
of the films were obtained using BR- 12 phantom 
material . 



MP7.6 

Image Analyzing System to Measure Etched 
Nuclear Tracks on CR-39 Detectors to Neutron 
Dosimetry and LET Spectroscopy of Heavy 
Charged Particles 

Julius J. Aimasi*^ and Cornelius A. Tobias 

Lawrence Berkeley Laboratory 

University of California, Berkeley, CA 94720 

Neutron spectrometry and dosirnetry are important 
subjects of radiation safety at medical 
accelerators. CR-39 track etch detectors are 
the most sensitive low cost passive neutron 
dosimeters. CR-39s are also used to three 
dimensional LET spectroscopy of heavy charged 
particle beams and can be used to heavy ion 
radiography as well as to several other 
applications. All the above-mentioned 
applications of the CR-39s require a fast 
and reliable image analyzing system which can 
discriminate between tracks and background 
spots and can count and measure a large number 
of etched nuclear tracks. We are reporting 
about the dsvelopment of such a fully automatic 
low cost and high performance system. We will 
present examples of the application of our system 
at different dosimetry and spectroscopy 
measurements. 



MP7.7 

Biological Half-life of 1-125 in 
Japanese Thyroid : Kunihide Nishizawa, 
Nagoya University/ 55 Tsuruma-cho, 
Showa-ku, Nagoya 466 Japan 



In vivo thyroidal monitoring was 
executed for 51 workers doing iodization 
and for 38 workers doing radioimmunoassay 
from 1984 to 1987. The monitoring 
system was composed of a multichannel 
pulse height analyzer (MCA) and two 
Nal(Tl) scintilation detector or an 
NaI{Tl) survey meter having a connector 
to the MCA. The counting efficiency was 
determined with an anthoropomorphic neck 
phantom. Contamination was detected in 
17 persons doing iodization and the 
measurements of the biological half-lives 
were completed for 6 persons of them. 
No contamination was found in the workers 
doing radioimmunoassay. Biological half- 
life of iodine-125 ranged from 20 to 90 
days, the average being 48.3 days. These 
values are considerably shorter than the 
biological half-life of iodine of 120 
days for reference man of ICRP. 



§ NIH postdoctoral fellow, Present address 
Siemens Medical Labs., 2404 N. Ntein Street 
Walnut Creek, CA 94596 
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MP7.8 

Radiation Protection in the Treatment 
Room during Intraoperative Radiation 
Therapy 

J* Rao Nibhanupudy*/ G. King/ E* Ashayerif 
AL. Goldson - Howard University Hospital 

During intraoperative radiation therapy 
in certain cases/ it may become a require- 
ment for medical personnel to be in the 
treatment room near the patient. In 
order to provide radiation protection for 
medical personnel during treatmet/ measure-- 
ments were made behind lead shielding for 
6 MeV,9 MeV, 12 MeV/ 15 MeV/ and 18 MeV 
electron energies at different locations* 
Results are reported. 



MP7.9 

Estimated Doses in Pissues Hesultmg 
From Radionuclides in Dental Porcelain^ 

Tortal*, Radiation Health Service 
Department of Healthi Sta. Cruz 
Manila, Philippines 1003 



U-238, Tl-208, K^kO and Cs-IJ? were found to be 
present in dental porcelain through a gamma spec- 
tral scan performed using high purity GeLi ccin- 
t illation detector coupled to an ND66 multi- chan- 
nel analy2:or. 

Annual doses to the tongue, gums and the inner 
cheeks and lips were computed assuming continu- 
ous contact with the exposed tissues. Calcula- 
ted doses from alpha and beta were derived ftom 
the definition of absorbed dose. Doses due to 
gamma were calculated using the HIIU) method. 
The resulting dose to the tongue was estim^^ted 
to be 1.57 rads per year for male and I.50 rads 
per year for female. The resulting dose at the 
gums and the inner cheeks and lips \/ao estiirated 
to be 0.80 rad per year. 



MP8.1 

NoJi/jiva5Jve Functional Localization by Biomagnctic 
Methods, T. Katila, Laboratory of Bioraedicai Engi- 
neering, Helsinki University of Technology, 02150 Es- 
poo, Finland 

Various imaging methods, CT, MRI, ultrasound and 
radioimaging are today indispensable in clinical work. 
However, usually these methods do not give informa- 
tion on the functional level, or in practice only long 
time averages can be obtained. 
Electric surface potential measurements can be used 
for noninvasive studies on the bioelectric functioning 
of e.g. heart, brain, eye and muscles. The time scale 
of these studies ranges from milliseconds to sustained 
phenomena. 

Lately, biomagnetic measurements hp -e often turne > 
out to be superior to electric surface studies in func- 
tional localization of the bioelectrl activity. Sources of 
abnormal cardiac electric activity have been localized 
with an accuracy of about 1-2 cm. In brain studies, 
conical sources of evoked potentials have been localized 
with a reproducibility of about 2 mm and source shifts 
even smaller than that are detectable. For more accu- 
rate results, the source and volume conductor models 
as well as the measurement policy are important. An 
overview on the factors affecting the localization accu- 
racy is given. 



MP8.2 

Methods to Improve Neuromagnetlc Imaging of Brain 
Functionality In Evoked Response Studies, E. R. 
FlynnH. D. L. Arthur, 0. J. Alne, J. S. George, P. 
A. Medvlck, P. Lewis, W. Overton, G. S. Sullivan, 
and D. van Hulsteyn, Los Alamos National 
Laboratory, Los Alamos, New Mexico, USA. 

Neuromagnetlc Images of functional neural sources 
may be obtained by using evoked responses from 
visual, auditory, and somatosensory stimuli. The 
weak magnetic fields are detected by on array of 
SQUID coupled gradloneters and neural generators 
deduced by solving the Inverse electromagnetic 
problem. The results may be overlayed onto nuclear 
magnetic resonance anatomical Images to present 
three-dimensional Images of functional structures 
within the human brain. The limitations of this 
technique are signaJ-to-noise (STN) characteristics 
of the sensor output, localization accuracy of the 
sensor-head system, and parameters of the sourv-e 
itself. The firsc of these (STN) r»xiy be 
substantially improved by a proper m:«gnetic 
shielded environent, the application cf singular- 
value decomposition methods and the use of 
correlations between mt^Lfirs of the sensor array. 
The second, localization of sensors with 4'nsD^cc to 
landmarks on the head, may be addressed by the use 
of multiple sets of transmitting orthognal dlpolcs 
in the form of a headband with the neuronngnetic 
sensors acting as receivers. Finally, the source 
problem is approached by theoretical modeling of 
increasingly complex source descriptions. 
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Pathological Foci in AC- and DC-^Magnetoen-^ 
cephalogram (MEG) Compared to Electroen- 
cephalogram (EEG), J. Vieth; P. Schueler, C. 
Meyer, S. Malliarou, S. v.Harsdorf, University 
Erlangen, D-8520 Erlangen, Fed. Rep. Germany. 

MEG (1-channel D.C. -SQUID) and EEG (reference: 
contralateral ear or average) was recorded in 16 
patients with a focal EEG- activity caused by 
epilepsy and/or tumor or ischemia. The recordinjj 
grid was narrow (point distance: MEG 2-3 cm; EEG 
2-6 cm). In " epileptic patients averages of 
spike activity vere performed. T»ie spikes or the 
MEG and EEG averages were selected and triggered 
by using a suitable EEG electrode (in case: sphe- 
noidal electrode) . In all patients with a 
pathological slow wave activity (delta or theta) 
the "relative covariance" method was used. In all 
cases isocontour maps were made. 3D- localizing 
of the focal source only was performed if the map 
showed a clear dipolar pattern (12 cases). 
The EEG never showed a dipolar pattern. The MEG 
did it and was able to localize the anatomically 
verified lesions in all these patients. The 
activity during the start of an epileptic seizure 
was similar in the AC-MEG and the AC-EEG. The 
directly coupled (DC) MEG recording showed a sim- 
ilar shift preceding the start of an epileptic 
fit as the DC-EEG recording via a foramen ovale 
electrode (STODIEK and WIESER, 1987). 



MP8.4 

Equivalent Localization in the Brain 
to Somatosensory Evoked Magnetic Fields 
Using the ECD Technique, Y.Uchikawa*, 
A.Adachi,T.Hasegawa, and M.Kotani, 
Tokyo Denki University, Hatoyama,Saitama, 
350-03 Japan. 



We have performed the magnetic measurement at 
more than 25 different positins on the surface of 
the head in a nonmagnetically shielded room with 
a SQUID connected to a second order gradiometer 
with a baseline of 3.2 cm and a coil of 2«48 cm 
diameter. In the measurement of somatosensory 
evoked magnetic fields (SEFs) the electric current 
was applied to stimulate the midian nerve of the 
right hand with the duration of 0.2 msec and the 
interval of 0.5 sec. All nagnetic recordings were 
averaged with more than 500 samples* 
In order to estimate the location of current sou- 
rce in the brain generating the magnetic field 
distribution the 3-D ECD(equivalent current dipo- 
le) technique was introduced in the meaning of 
the best fit between experimental and theoretical 
distribution. Using this technique we could esti- 
mate the equivalent localization in the brain of 
the SEFs in latencies of around 80 msec to 150 
msec. The calculated ECD was located at the Rola- 
ndic fissure of the left hemisphere of the head 
where is the motor region related to the finger. 



MP8.5 

Improvement of Biomagnetia Field Representa- 
tion by Using the Current Multipole Expansion, 
S.N. Ern6, L. Trahms and Z. Trontelj", P.T.B,, 
Instltut Berlin, Abbestr. 2-12,0-1000 Berlin 10 
and" Phys.Dept. University E.Kardelj of Ljublja 
na, Jadranska 19, 61000-Ljubl jana, Yugoslavia. 



The inverse problem in bioelect rici ty and in bio - 
magnetism is usually studied due to its nonunique 
solution in a model approach. Already the simplest 
equivalent current source in a form of a current di- 
Dole brought success and allowed to localize some 
sources in the heart and in the brain. On the other 
hand, magnetic field distributions which cannot be 
explained by a single dipolar source are also 
known. 

More complicated equivalent sources have to be con- 
sidered: We will take into account the next hicjher 
order term in the current multipole expansion- the 
current quadrupole. In the present work the current 
sources are supposed to be active in a homogeneous 
half space. The analysis of the equivalent current 
quadrupolar term contribution to the magnetic field 
is presented. The attempt to localize the source of 
bioelectric activity from the measured biomagnetic 
field (HCG and HEG) will be also shown. 



MP8.6 

Volume Current Effects in Magnetoenceph- 
alography, E. Ducla-Soares*, D.F. Rose and 
S. Sato, Neurophysiology Unit, MNB, NINCDS, 
National Institutes of Health, Bethesda, MD 

Magnetoencephalographic data have usually been 
analysed in terms of Biot-Savart ' s Law for the 
magnetic field of an impressed current. This 
method neglects the effects of volume currents. 
However, for he multi-channel magnetometers now 
available and for numerous clinical problems like 
temporal lobe epilepsy, that approach is a poor 
approximation. We present results on the magnetic 
field of a current dipole implanted in the 
temporal zone of a skull filled with a saline agar 
solution. They show a S0% departure from Biot- 
Savart's predictions for the relative amplitude 
of the extrema and also a considerable difference 
in the position of the zero line. We interpret 
these results in terms of a spherical model of 
concentric layers and also with a homogeneous 
model that matches the digitized internal surface 
of the skull. These models, which include effects 
of volume currents, show considerable improvement 
relative to Biot-Savart's approach and are capable 
of localizing the implanted dipole within several 
millimeters. 
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MPS. 7 

Traveling Source Model of ABR Electric 
and Magnetic Fields, S. Ueno*, T. Tanabe, 
K* Iramina, K. Harada, S. Wada, and S. 
Matsuoka, Dept. of Electronics, Kyushu 
University, Fukuoka, 812, Japan, and 
Dept. of Neurosurgery, Univ. Occupational 
and Environmental Health, Japan 

The origins of auditory evoked brainstem i^esponses 
(ABRs) have not been fully understood. In the 
present study we investigate a possible mechanism 
for ABR» A source model of ABR is proposed, which 
simulates, in part, ABR waveforms. It is assumed 
that ABR signals are generated by action potentials 
which propagate along auditory nerves. Pathways of 
auditory nerves are represented by a combination of 
six curved lines which involve both ipsilateral and 
contralateral pathway^. The sources of ABR signals 
are modeled by a twin-dipole which travels along 
the curved lines. The twin-dipole consists of two 
oppositely oriented dipoles which are located 
within a distance apart from each other. The 
effect of the distance between two dipoles on ABR 
waveforms is also focused in the present study. 
Based upon our source model, the waveforms and 
spatial distributions of electric potentials and 
magnetic fields of ABRs are calculated. The 
periodic patterns in ABR waveforms are simulated 
well by the model. The component waves in ABR are 
explained by the change of dipole orientation. 
The spatial pattern of wave V is also simulated 
well by the model. 



MPS. 8 

Distvibution of the magnetic field associated 
with P-SOO, Z. Dunajskif C. Massen, E.v.d. 
Voorden, P. Elias and C. Brunia 
University of Technology Eindhoven, 
Postbox 513, 5600 MB EINDHOVEN, the 
Netherlands. 

The P-300 wave present in elctrically measured 
evoked brain responses is of great interest in 
psychological research. Until now very limited 
knowledge excisttabout the magnetic field elicited 
from task relevant events and about the possibility 
of applying a magnetic method for investigation. 
Measuring possibilities and conditions of the 
magnetic investigation of P-300 are studied in 
some details. The distribution of the magnetic 
field around the head, evoked by auditory stimuli 
in the oddball paradigm is measured using a rf- 
SQUID with a second-order gradiometer in an un- 
shielded environment. The frequent I kHz and infre- 
quent (target) 2 kHz tonebursts were presented at 
80 dB SPL with probability ratio 5:1. Reliable 
recordings of the magnetic P-300 wave have been 
obtained. The results show that magnetic measure- 
ments of P-300 provide further information about 
sources of underlying processes. The magnetic 
P-300 may be either positive or negative depending 
on the measuring position above the head. Its 
shape and latency are also position-dependent and 
reflect che involvement of active sources. 



MP9.1 

Digital Tomosynthesis By Inverse 
Filtering, A.Iwata*, H.Matsuo, 
IJIoriba, *H»Weit ^ .Suzumura^and 
T^Sawada* Hagoya Inst, of Tecb.f 
Showa-kUi Nagoyaf 466 JAPAU 

Conventional X-ray tomographic technique 
with X-ray film provides a sagittal 
image by one scanning of measurement. 
Digital Tomosynthetic technique, 
however, can produce sagittal images at 
any arbitary slice of the body. 
This paper proposes a new reconstructing 
method for digital tomo-synthesis . It 
utilizes a 3-dimensional convolution 
process with the inverse filter 
function, which is derived analytically 
from the point spread function 
determined by the projection geometry. 
Unstability of inverse filter has been 
eliminated considering the localization 
of frequency component of projectional 
images. By the phantom experiment, it 
has been shown that the proposed 
algorithm is able to reproduce the 
expected gray level corresponding with 
X-ray attenuation coefficients on the 
slice. It can also reduce the blurred 
images from outside of focused slice. 



MP9.2 

DIGITALLY ENHANCED MAMMOGRAPHY: TV 
SCANNED FILM VERSUS 
LASER ACTIVATED IMAGING PLATE 
C. Kimme-Smith* L. Bassett 
L. Gormley, R, Gold 
Dept. of Radiological Sciences, UCLA School of Med. 
Los Angeles, CA 9002A 

OM/Min R film-screen images of test objects 
containing simulated calcifications and images of 
breasts of AO women (25 with pathology and 15 
normal) were scanned by a Damon Mammography 
Enhancement System. The same test objects and 
breasts were also imaged with FUJI high resolution 
plates and laser activated by a Philips Computed 
Radiography (PCR) system (.100 mm pixel size). 
The images produced by the two methods were 
compared. The PCR system was found to be superior 
for imaging dense breasts because the H and D 
curve and overall film density could be 
manipulated, while the Damon system was found to 
be superior for examining the simulated micro- 
calcifications. The Damon system, however, was 
unable to compensate for improper film exposure, 
so that dense breast parenchyma below .A5 O.D. and 
photon-poor on film remained noisy when enhanced. 
Imaging with the FUJI plates required half the 
exposure of the film-screen images. Out of 10 
cases with calcifications, three were not well 
represented on the FUJI plates. 
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MP9.3 

A Novel Digital Radiographic System 
Using Selenium Plates and Laser 
Scanning Readout, J.A.Rowlands* and 
D.M.Hunter, R.B.Holmes Radiological 
Research Laboratories, University 
of Toronto, Toronto, Ontario, M5S 
IA8 Canada and N.Araj , Noranda 
Research Centre, Polnte Claire, 
Quebec, Canada. 



A new Imaging system for radiography based on 
charged photoconductlve plates with read-out by 
a scanning laser beam Is described. It Is 
shown theoretically that this system should 
have an exceptionally good spatial resolution 
as well as an adequate slgnal-to-nolse ratio 
(SNR). These expectations are confirmed with a 
prototype system designed In our laboratory 
which has shown a modulation transfer function 
of 50Z at 5 Ip/mn; 20% at 10 Ip/mia and a SNR of 
1000:1. A clinical system Is being developed 
which will be suitable for the most demanding 
radiological Imaging tasks currently undertaken 
with screen/film combinations. Because It Is 
digital new tasks Impossible with current 
screen/film combinations will be feasible. 
Evaluations of the system using the Wiener 
spectrum will be used to compare this method 
with stlmulable phos^ihor systems. 



KP9.4 

Description of a Three-dimensional Motion 
Correction Algorithm for Digital Subtraction 
Angiography. D.R. Pickens*^ J.M. Fitnpatrick/ V. 
Mandava and J. Grefenstette/ Vanderbilt Dept of 
Radiology/ Nashville/ Tennessee 37232 

Patient motion which occurs between a mask image 
and a contrast image is often a source of arti- 
facts in digital subtraction angiography (DSA). We 
have been evaluating a method for the automatic 
registration of selected mask and contrast sub- 
images prior to subtraction which is able to 
remove or reduce the effects of three-dimensional 
motion. The technique uses an eight term poly- 
nomial, whose coefficients are determined automati- 
cally to stretch a mask subimage/ resulting in a 
reduction of cirtifacts after subtraction. The 
polynomial coefficients are determined by a heu- 
ristic search method which seeks to minimize the 
absolute value of the difference between mask and 
contrast subregions. A factor/ the Jacobian/ is 
used to alter the gray level values of the mask 
subregion to condensate for stretching or con- 
tracting. There is improved visualization of ar- 
terial segments in subtraction images of phantoms 
and in clinical DSA images due to artifact reduc- 
tion when compared to the results of subtraction 
without motion correction. 

Supported in part by NIH 1-ROl-HL 33951/ by NSF 
#ECS-8608588/ and the Whi taker Foundation 
Equipment Grant • 



MP9,5 

Noise reduction in dual energy imaging, 
W. Kalender, Siemens Medical Systems, 
D-8520 Erlangen, West Germany 



An algorithm for noise reduction in 
dual energy radiographic imaging using 
the basis material decomposition 
technique is presented? it is based on 
exploiting the negative correlation 
between the noise in the soft tissue 
image and the noise in the bone or 
iodine image. The algorithm will be 
derived by physical considerations and 
be demonstrated using simulated data. 
Typically, pixel noise is reduced by a 
factor of 2-5 without an increase in 
dose. Results of clinical studies are 
presented both for scanned projection 
digital radiography and for hybrid DSA. 



MP9.6 

Post Imaging Contrast Enhancement in Digital 
Mammography* P.J, Bjorkholm* and M. Annis, 
American Science and Engineering. Inc., 
Cambridge, MA 02139, D,B. Kopans and J.M. 
Taveras, Massachusetts General Hospital, 
Boston, MA 02114 



A high spatial resolution detector with good X- 
Tay absorption characteristics over a wide 
energy range has been used to obtain mammograms 
on a number of volunteers. Because the digital 
images can be contrast enhanced after acquisi- 
tion, the X-ray cpectinim utilized in imaging is 
not constrained as in conventional imaging which 
requires a low voltage to achieve an acceptable 
calciiim contrast. Low voltage usually results 
in high contrast for micro calcifications and a 
limited dynamic range* The new digital system, 
Microdose Mammography, utilizes a 70 kVp tung- 
sten anode spectrum. While the transmitted 
image has a lower in trinsic contras t for the 
calcifications, the contrast enhanced images are 
presented with nearly identical contrast for 
micro calcifications with excellent dynamic 
range. Because of the higher voltage spectrum 
on the peak dose to the breast is of the order 
of 30 times less with the Microdose system as 
compared to standard film screen techniques, 
while achieving comparable spatial resolution 
and superior contrast resolution. 
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MP9.7 

Non- recursive Parametric Filtration of 
Medical Images for Scatter Rejection, 
J. A. Seibert* and J,M. Boone, Ihiversity 
of California, Davis, California 95616 



X-ray scatter is a major degradation in 2-D 
transmission medical images. I^ing a parametric 
technique developed in our laboratories, a 
scatter point spread function (PSF) distribution 
is measured, based upon imaging geometry, object 
thickness, and presence of anti- scatter devices 
(grids). The PSF is parameterized as a modified 
symmetric Gaussian function in terms of a 
scatter fraction and distribution width. 
Transformation of the PSF into the frequency 
domain permits inverse filtering of Fourier 
transformed digital images to non- arbitrarily 
remove the scatter component. Inverse 
transformation provides the scatter corrected 
image. 

We describe methods that allow the use of such a 
technique in a clinical environment, based upon 
input variables such as field size, air gap, 
photon energy and patient thickness. Improved 
image contrast and quantitative accuracy for 
densitometric measurements, with minimal 
negative effects such as increased image noise 
or artifacts are obtained. Implementation as an 
optional processing scheme has been acomplished 
in the clinic on our digital angiography unit. 



MP9.8 

Incorporation of Various Physical Factors in 
Statistical Image Reconstruction Methods, C.-T. 
Chen, The University of Chicago, Chicago, 
Illinois, U.S.A. 

Recent developnujnts in statistical theory and associated 
computational techniques have opened a new avenue for 
solving problems m image reconstruction. Mathematical 
models based on statistical theory can be built to incorporate 
every physical %ctor involved in image formation. Various 
estimation methods, e.g., maximum likelihood, Bayesian, 
etc., can then be employed to derive iterative algorithms for 
computing estimate of the original object. In principle, 
improved image quality can be achieved by using these 
stanstical methods because more faithful and more complete 
mathematical models can be employed. In addition, since 
stationarity is not a necessary condition in the derivation of 
the formulas employed in these algorithms, some common 
shift-vanant characteristics can be compensated for as well. 
Various implementation strategies have been investigated for 
incorporating physical factors such as photon attenuation, 
scattered radiation, system spatial resolution, etc., in 
emission computed tomography. Various mathematical 
models that describe these physical processes have been 
formulated for generation of related probability density 
tunctions. Computer simularion studies have been 
performed to evaluate these strategies in terms of resulting 
image quality and computational requirement. In general 
images reconstructed by these statistical methods have 
supenor quality at the expense of more processing time, 
when compared to those obtained by conventional 
convolution methods. 



MP9.9 

Focused collimator for scanned projection 
digital radiography, Sones, Mt* Sinai 
Medical Cfenter, Qeveland, OH 44106. 

The fan beam collimator typically used in 
scanned projection digital radiography consists 
of a single slit positioned roughly midw^ 
between the x-ray tube focal spot and image 
receptor. To produce a thin fan beam with this 
type of collimator, a small focal spot must be 
used, and focal track loading becomes a dominant 
system constraint. Furthermore, the slit 
collimator generates a fan beam whose thickness 
increases with distance from the slit. For most 
applications this divergence is undesirable. 

A focused collimator design is proposed which, 
for given fan beam thickness, permits the use of 
a significantly larger focal spot and provides 
2-5 times greater x-ray fluenoe than a slit 
collimator. The focused collimator consists of 
a set of thin, closely spaced, radio-opaque 
vanes oriented nearly parallel to the central 
plane of the fan beam, but slightly angled to 
focus at a point within the central ray. This 
geometry allo/s non-diverging or even converging 
fan beams to be generated. A mathematical model 
of a focused collimator is developed, and 
potential inplementations are discussed. 



MPlO.l 

Total Body Irradiation with lOMV x-rays, 
S.N. Rustgi*, G. Popescu, J. Kodgers and J. 
Torrisi, Department of Radiation 
Medicine, Georgetown University Hospital, 
Washington, D.C. 20007 

We are participating in a protocol using total 
body irradiation (TBI) for immunosuppression 
prior to bone marrow transplantation for adult 
leukemia. This paper details the dosimetric 
considerations of using a lOMV x-ray beam at an 
extended distance of 5 m. We have fpbrLv^ated a 
patient support and a lung shielding block 
support system, which minimizes patient move- 
ment during AP/PA treatment and helps position 
the lung blocks accurately. The patient stands 
30 cm behind a 1 cm thick lucite sheet to 
enhance the skin dose to 93% of the dj^^^^ dose. 
Nondivergent lung blocks, 1 HVL in thickness, 
are placed at a distance of 30 cm from the 
patient midline and their position checked 
daily by port filming. The chest wall under 
the lung blocks is boosted with electron beams 
of appropriate energy. The measured TMR 
values at 5 m were found to be within 2% of the 
values obtained at the nominal SAD of 100 cm. 
We have al so performed in viv o measurements of 
entrance and exit doses on a number of TBI 
patients using a calibrated silicon diode 
detector. Aspects of this treatment approach 
and dosimetry will be presented. 
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MP10.2 

Dosimetry of lung and bone for total 
body irradiation: Comparison of 18 MV to Co^° 
and 8 MV photon irradiations 

Ellen El-Khatib* Jurek Rymel, F. Mahyoub 
Biomedical Physics Dept. 
KFSH&RC, Riyadh 11211, Saudi Arabia 

In most centers total body irradiation (TBI) is 
performed with either Co^^ or X-rays of energy 
below 10 MV. AC the King Faisal Specialist 
Hospital And Research Centre (KFSH&RC) an 18 MV 
X-ray beam is used for TBI. This higher energy 
beam produces a more homogenous dose distribution 
to the body for parallel opposed beams while 
giving a lower radiation dose to the lung. Lung 
toxicity is a limiting factor in TBI. Most of 
the data available on lung and bone radiation 
dose is for photon energies in the range 1-10 IIV. 
In the present work radiation absorbed dose in 
and beyond bone and lung in tissue equivalent 
phantoms and also in a humanoid phantom was 
measured and calculated. Results were compared 
for 18 MV, 8 MV, and Co^^ large field irradiat- 
ions. The TBI technique and dosimetry are 
evaluated in terms of dose homogeneity and a 
comparison of bone and lung dose for various 
photon energy irradiations is presented. 



MPaD.3 

A Technique for Hemibody Skin 
Skin Irradiation , D.L. Wilson, Dept. o f 
Radiation Oncology, University of Lou L sville 
Brown Cancer Center.^ Louj 9 ville> KY 40292 

A new technique for electron beam skin 
irradiation of mycosis fungoides or 
Kaposi's sarcoma patients is presented. A 
uniform skin dose is delivered to either 
the upper or lower half of the body, while 
sparing the opposite half. The treatment is 
done with a Therac 20 linear accelerator. 
The patient lies on the floor and assumes 
six different orientations which correspond 
to the SIX standing positions normally used 
in the standard total skin technique as 
described by the AAPM TG 30 protocol. A 
0.6 cm lucite sheet is used to lower the 
nominal 6 Mev beam energy to 3.9 Hev. The 
untreated portion of the body is blocked by 
lead sheets. Two adjacent fields are used 
to achieve beam uniformity. The separation 
of the fields was determined by fitting the 
beam to a gaussian curve and looking at the 
two field combination that gives the most 
uniform dose over one meter. Calibration 
factors were derived from ion chamber and 
TLD measurements made according to 
recoinmen<3ations from the AAPM TG 30. All 
field parameters , calibration and phantom 
measurements are presented. 



MPaO.4 

Sweeping, an universal technique in 
Total Body Irradiation, R.G. Miiller, 
Institut fur Radiologie, Universitat, 
D-8520 Erlangen, F.R.G. 

Sweeping is a technique without the need of a spe- 
cial room design. The patient lies in supine and 
prone position on a low couch on the floor. The 
beam direction is along the shortest diameter, 
ventral to dorsal. The required accessories as 
moving flatness filter defined lung shielding 
blocks, and beam attenuation will be demonstrated. 
The midplane dose is calculated to 12 Gy (6 frac- 
tions, 3 days). The lung dose is reduced to 8 Gy. 
The underdosage of the chest wall is compensated 
by electron beams with matched energy and bolus 
material. 

The maximum dose rate is reduced to 0.2 Gy/min 
at midplane, and the effective dose rate in the 
lung is about 0.07 Gy/min. 



MPID.S 

The design and evaluation of Jung compensators 
for total body irradiation treatment, C. Simms*, 
L. Doyle and J. Conway, Department of Medical 
Physics and Clinical Engineering, Weston Park 
Hospital, Whitham Road, Sheffield, SIO 2SJ., 
Englana. 

A total body irradiation (TBI) technique, for 
patients requiring bone marrow transplant, has 
recently been developed to allow a fractionated 
regime rather than the previously employed single 
dose treatment. No bolusing of the patient 
requires the design of customized tissue compen- 
sators for dose uniformity to the body. This 
paper describes the methods used to provide a 
thorax compensator to correct for increased lung 
transmission and tissue obliquity. A 'beams-eye- 
view* facility developed for the Picker Treatment 
Planning System allows the precise identification 
of compensator shape required with respect to the 
patient's arm, which acts as the compensator for 
the posterior section of the lung. Analysis of 
the resulting 3D dose distribution is obtained 
using »dose volume histograms*. 

Measurements taken in a thorax *Rando» phantom, 
using thermoluminescent dosimetry (LiF powder) will 
be presented. 

Patient positioning and compensator alignment is 
discussed with regard to dose uniformity for this 
TBI method. 
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Hyperfvactlonated T.B.I, : results and dosimetvio 
considerations after three years experience. 
G.Gobbi*, C . Raymondi* M . P ♦ Leogrande , S . Benevent i , 
S.Ricci and P.Latini, Fisica Sanitaria and Radio- 
terapia*.Policlinico Hospital - Perugia - Italy. 

48 patients received hyperfractionated T.B.I. (l«2Gy 
13 fractions 3 times a day, total dose 15.6 Gy). 
A modified^60-Co anit with a horizontal beam and a 
190x125 cm field is used, the dose-rate being about 
70 mGy/min at 226.5 cm source-midline distance. The 
patients lie supine for the lateral fields and on 
their sides for AP fields, the legs slightly bent. 
In the supine position a compensation bolus is 
applied to the neck and the arms are alternatively 
raised. The most uniform dose distribution is 
achieved with 9 A? fractions and 4 lateral fract- 
ions (inhomogeneity indexes: AP=3.2, lat.=6.9, 
9 AP+4 lat.=2.6). In the treatment planning the 
TPR for very large fields is used taking the mean 
thickness of 3 transverse sections: pelvis, umbili- 
cus and nipples. During the first 2 fractions TLD's 
are placed in 7 body sections and midline dose dis- 
tribution is evaluated from combined entrance and 
exit doses, thus allowing treatment time correction 
The mean ratios of measured/calculated doses are: 
0.919 in AP and 0.970 in lateral irradiation. 



MP10.7 

The Physical Aspects of Hyperfractionated 
Total Body Photon and Electron Irrediation 
for Bone Marrow Transplantation. Azam Niroo- 
mand-Rad*, Michael T. Gillin. Dept. of Radi- 
ation Oncology, Medical College of Wisconsin 
8700 W. Wisconsin Ave. Milwaukee, WI 53226 USA 

Total body photon and electron irrediation(TBI) in- 
volves delivering an adequate immuno suppressive do- 
se before transplantation to acheive a successful 
marrow graft and to eradicate the mallignent cells 
while avoiding paeumonities and toxicity to organs 
such as lung and liver. To acheive these goals a hy- 
perfractionated regimen for TBI with partial lung 
and liver blocks have been adopted. Chest wall areas 
which have been shielded by lung blocks are boosted 
with electron beams. CT scans are used to select el- 
ectron beam energy and to calculate lung doses. A 
convetional linac in a standard treatment room is 
utilized to deliver 18 MV X-Ray beam at a dose rate 
of 20 cGy/min at 350 cm treatment distance. A special 
chair is used to treat the patient AP/PA in an upright 
sitting position with the legs bent backward. The 
dose to lower extremities are monitored and raised 
to the total body dose. Following the guidlines re- 
commanded by AAPM Task Group No. 29(1), the physical 
aspects of TBI is described. The dose distribution 
and the dose uniformity are presented. Details of 
this scheme, in-vivo and in-vitro dosimetry, boosting 
techniques and lung dose calculationsare pres.»nted 
(l)AAPM Repot No. 17: The Physical Aspects of Total 
and Half BodyPhoton Irrediation( 1986) . 



MP10.8 

Analysis of Short FSD Techniques for Total Skin 
Electron Irradiation, D.I. Ihwaites, Medical Physics, 
lifestem General Hospital, Edinburgh, Scotland, U.K. 

Total skin irradiation is the treatment of choice for certain 
conditions. Lmg fsd, high-output techniques are generally us- 
ed, with multiple beans or patiait rotation for uniformity. 
Problems arise if this cannot be achieved due to machine or 
roan limitations, or if the patient cannot s* jxi for the tre- 
atment time involved. Short fsd scanning or tracking has been 
used, but the two or four fields generally enployed inevita- 
bly reduce uniformity. 

Our technique uses a short fsd (^150 cm) and large fields 
added along the patient. Using a specially designed applica- 
tor, distributions added side-by-side can be imde essenti- 
ally flat. A four-position technique is used with energies of 
2-4 ^feV, as required. Depth doses and distributions were 
measured in detail in phantoms and checked on patients. They 
depend heavily on cross-section and nunber of fields. For a 
basic four-field approach under these axxiitions, distribu- 
tiOTS around a trunk section typically average 130 - 14C% of 
given dose on equally v^eighted beams, with a i20% variation. 
However the technique allows gentry angulation, to increase 
the effective nunber of fields, achieving spreads within 10^. 
To correct for variations with cross-section, longitudinal 
field edge positions can be selected and different weighting 
applied at each leviel depending on average cross-section. 
The technique is more ccnplicated and time-consuning to set 
up than typical long fsd treatments, but its flexibility 
allows very acceptable distributions to be achieved in 
reasonable nBchine tines. 



MP1D.9 

Energy Degradation of Low-Energy 
Electron Beam for Treatment of the 
Superficial Malignancies, H. Sewchand, 
M. Sarf araz*, N. Bautro, Rad. Therapy 
Dept., Univ. of Maryland Hospital, 
Baltimore, MD 21201 

Energy degradation of conventional low- 
energy electron beams, by delibrate 
placement of degraders m the path of 
the beams is often used m Total Skin 
Electron Beam ( TSEB) therapy at extended 
Source-Surface Distance ( SSD) . Hnen 
local areas require booster doses, it is 
desireable to adminster it at standard 
SSD with a degrader that ♦ produces 
similar dose characteristics as TSEB. 
Extensive measurements were carried out 
to study the effect of various 
thicknesses of polystyrene degraders on 
a conventional low-energy ( 6MeV) 
electron beam at a standard ( i OOCm) sSD 
for five different field sizes. The study 
evaluated the effect of degradtjrs on: 1) 
energy and depth dose characteristics, 
2) surface doses, 3) field flatness, 4) 
bremstrahlung component, and 5) the 
output for certain monitor setting. The 
results were analyzed and significance 
of the study will be discussed. 
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MPIO.ID 

Total skin electron arc technique 
for disabled patients 

B»J» Gerbi*, F.M. Khan, F.C. Deibel, and 
T*H* Kim* University of Minnesota, Dept» of 
Therapeutic Had., Minneapolis, MM 55^I55» 

Most of the current techniques used for 
total skin irradiation using electron beams pre- 
suppose that the patient is capable of 
maintaining a standi^ position for the duration 
of the treatment. For patients either weakened 
by disease or those suffering from a loss of 
limbs, this is often an unrealistic expectation. 
We will describe a technique that allows the 
patient to remain in a reclined position without 
sacrificing dose uniformity. This technique 
employs two, symmetric (^^8 from the vertical 
axis) pendulum- arc electron beams to provide a 
field uniformity of *5% over a range of "220 cm 
along the length of the patient. The standard 
six patient positions [1] are employed to provide 
a uniform dose to all surfaces of the patient, A 
description of tne ♦^reatment technique along with 
details of the dosimetry will be given, 

1, V. Page et al,. Radiology 9^:635 (1970), 



MPlO.ll 

Modification of an Intraoperative Radiation 
Therapy Applicator System , W, Samsami*, F.R. 
Bagne, Medical College of Ohio, Toledo, Ohio, 

Earlier studies have shown that the intraoperative 
radiation therapy applicator system developed 
at the Medical College of Ohio can produce a 
clinically significant dose nonuniformity across 
the radiation field by as much as 18%. This 
dose nonuniformity is caused by radiation 
contamination from different components of the 
system. We have developed a technique for 
eliminating this undesired dose non-uniformity. 
In this study, the scatter contributions from 
different components of the system are 
differentiated. Energy-specific rings are then 
designed which fit at the gantry end of the 
applicators. The materials used are aluminum, 
stainless steel and copper, all of which can 
be cold-gas sterilized. To determine the optimum 
thickness, a series of measurements are done 
using rings of varying heights and thicknesses. 
All data are taken in water using 6, 9, 12, 
15 and 18 MeV electrons. The applicators employed 
are circular in cross-section with diameters 
ranging from 1" to 4" and heve either flat, 
15°, or 30° beveled end. This paper presents 
the results of our study and recommends the 
ring height, thickness and material for various 
electron energies and applicator sizes necessary 
to provide a uniform dose with less than S% 
variation. 



MP10.12 

A Method for Shaping Arbitrary Fields for 
Intraoperative Radiotherapy (lORT) , P. 
Biggs*, W.Shipley and C.Willett, Mass. 
Genl.Hosp. Cancer Centre, Boston, Ma USA 

A technique has been devised for arbitrarily 
shaping electron fields in lORT. This has been 
achieved by cutting a ISinin thick lead disc, 
which fits inside the base of an 8cm diam. 
circular cone and which is attached through a 
series of holes around its perimeter. The 
desired shape of the blocked area is determined 
by the therapist at surgery, using a dummy cone. 
After cutting the disc, the cutout is sterilized 
and taken to the therapy room. This lead piece 
is attached to the cone by one or more screws 
before the cone is inserted into the patient. 
The dosimetry for two shielding arrangements has 
been tested: (1) a single straight edged piece, 
varying in width up to 4cm and <11) a circular 
cone down, varying in diameter from 7 to 4cm. 
These sizes represent the extreme limits of any 
likely blocked field?. As expected, the %depth 
dose decreases with field size (independent of 
field shape) and increasing energy (up to 3mm at 
9 MeV, 8mm at 15 MeV and 17rom at 23 MeV) as does 
the location of dmax, while the surface dose 
also increases (up by an average of 5% for <ii) 
and --1.5% for <i)). The 'cone ratios* show an 
Increase of -3% for 9 MeV, 3-5% for 15 MeV and 4- 
9% for 23 MeV for (ii) and less than 3% overall 
for {!). 



MP10.13 

A Study of the Factors Affecting the Perform- 
ance and Use of Intra-Operatlve Radiation 
Therapy Applicators, P. Stafford*, J. Chu, 
G. Hanks, Unlv, of PA and Fox Chase Cancer 
Center, Philadelphia, PA. 



Intra-operative radiation therapy Is now In 
routine use at many facilities, both dedicated 
and non-dfcdlcated In nature. The applicator 
generally consl^^s of a holder/periscope and 
a series of electron cones of various diameters 
at?d angulations. This paper investigates one 
such system (Radiation Products Design, Inc.) 
for the effects of: a) less than perfect 
alignment of the viewer-cone assembly; b) the 
presence of a suction tube or other surgical 
apparatus In the cone; c) field size setting 
of the photon jaws; and d) the behavicjr of 
output factors with distance from the nominal 
100 cm treatment distance. Both radial and 
depth profiles will be shown Illustrating 
these effects, as well as graphs for field 
size and output factor behavior. 
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HRI Stereotaxis: An Indirect Method of 
Transposition of HRI-6enerated Data into 
CT Multiplanar Images Zamorano L,* Dujovny 
M, Malik 6. liehta B - IJei|.ry ^rd Hospital 

Inhomogenities and nonl ineari ties 'induced by eddy 
currents during the pulse sequence distort images 
and produces displacement of coordinates in both 
the X-Y plane and Z axis. Correction of geometric 
distortion requires special algorithms, phantom 
measurements, shim adjustment, etc. A methodology 
of indirect transposition of MRI generated data in- 
to CT Multiplanar stereotaxis is presented, which 
uses available software from MRI (GE Signa 1.51) 
and MRI laser beam to establish the plane of place- 
ment of stereotactic frame. Axial, coronal and sag- 
ittal Tl, T2 weighted Images are displayed* X coor- 
dinates are selected from axial and coronal cuts.Y 
froip axial and sagittal and Z from all three cuts. 
Trajectories are determined and plotted in similar 
ways. Areas and volumes of region of interest are 
determined. Stereotactic frame is placed on the 
predetermined region. Frame is isocentric to the CT 
gantry and parallel to the scanning plane. 1.5mm 
thickness slices of the region of interest are 
performed. Error factors for MRI generated data are 
calculated for each cartesian plane. This factors 
can be introduced on computer program that auto- 
matically will correct any MRI coordinates. These 
can be plotted on axial, coronal, sagittal and 
paraxial reformatted images and AP and lateral 
scoutviews. Methodology detail swill be presented 



MPlO.lS 

Recurrence vs radionecrosisran indication for 30/ 
Multiplanar Imaging-guided stereotaxis 

llTfJ^n^ h""^^^^^'!'^ °- ^"J^'vny M.,Yakar 0., Malik 6 
Henry Ford Hospital, Oetroit,MI 48202 

External RT has proved to be an important adjuvant 
in the treatment of malignant gliomas. Its effect 
on survival is dose-dependent. Intents to localize 
the field of high dose RT to the tumor area have 
been performed with the aim to spare damage of nor- 
mal brain tissue. Between 8/83 to 1/87, 33 patients 
with malignant astrocytoma underwent high dose lo- 
calized hyperfracctionated external RT after surge- 
ry. Patients received 57.6 6y to the tumor+edema 
area and a localized boost of 7.4, 14.4 or 24 Gy 
l^ln^ follow-up, 16 patients died with evidence'of 
CT/MRI increase of size of lesion. Since 7/87 11 
patients have undergone multi trajectory serial ste- 
reotactic biopsies: 4 patients were "real" recurren- 
ce of tumor and 7 were radiation necrosis. Recu- 
rrences were treated with 1-125 interstitial RT. 
Radiation necrosis were treated with corticoides 
and diuretics, obteining partial or complete remi- 
ssion of symptoms and decrease or disappearence of 
CT lesions. Should these localized external boost 
be replaced by 30 stereotactic interstitial boost 
after surgery and conventional external RT' Advan- 
tages would be: higher intratumoral dose, less da- 
mage of sourrounding brain tissue and more favora- 
ble radiobiological conditions. 



MP10.16 

A high energy photon coWmator for stereotactic rrradiation with 
a linear accelerator, D.A.Mazal, J.C.Rosenwald*. J.J.Baron 
Instttut Curie- 26,rue d'Ulm. 75005. Paris. France. 

Small size, high energy X-ray beams from a linear accelerator 
are used to peiform stereotactic convergent Irradiations of 
smal volumes in the brain. Additional collimators have been 
developed to produce small circular beams, well adapted to 
this technique, and to ensure the accuracy of their dimensions 
and positioning. The collimator design is based on the 
following criteria : precise beams diameters, 5 to 40 mm at 
isocenter, without introducing modifications on the accelerator 
and maintaining a unique apertL.a of the main collimator; 
adjustable direction and position, with the possibility of 
changing collimators wHhout modifying these two parameters 
and without moving the patient; the transmission factor and the 
pnmary collimator opening (where the beam is attenuated only 
by the additional collimator) should be minimized, as well as the 
collimator weight and beam contamination, for all the energies 
under consideration; strong, easy to manufacture from cheap 
and available materials, easy to manipulate. 
The modular design we have chosen gives independent 
functions (fastening, micrometric deplacements); 10 cm lead 
ensure less than 1% transmission for a 5X5 cm^ field 
measured in the range 6 to 25 MV; a brass cylinder provides 
mechanical protection and allows strong and precise 
attachements. The distance from the collimator base to the 
isocenter (28 cm) ensures enough free space around the 
isocenter and avoids beam contamination. Total weight of the 
system is 14.3 kg. with 7.8 kg corresponding to the 
exchangeable collimator. Two removable cross hairs are used 
for precise centering. 



MP10,17 

Some Physical Problems Associated with 
Combined Electron and Photon Fields in 
the Treatment of Mesothelioma/ 
M. Soubra*/ P. Dunscombe/ D. Hodson 
and G. Wong, 

Manitoba Cancer Foundation, 

100 Olivia Street/ Winnipeg^ Manitoba 

CANADA 



Combined fields of electrons and photons can be 
used effectively to treat the pleural meirit)rane of 
patients with malignant mesothelioma. Various 
problems may be identified in the implementation 
of such a treatment strategy: non-uniform dose 
distribution in the join-up region of the two 
fields; increased electron penetration into lung? 
incre'\sed lung dose from photon side-scatter and 
the effect of the ribs on both the electron and 
the photon fields, are among the major problems 
encountered. To investigate the significance of 
these effects a phantom simulating, under simple 
geometrical conditions, bone, lung and soft 
tissues has been constructed. Dose distributions 
under various simulated clinical conditions, have 
beer measured and compared with calculated data. 
Thfe significance of the effects studied for the 
^.reatment of pleural mes'^'-helioma is discussed. 
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A Modified Technique of Neck Irradiation in 
Head and Neck Carcinoma: Its Effectiveness, 
R. Datta*, F. Ampll and S. Datta, LSU Medical 
Center » Dept. of Radiology, P.O. Box 33932, 
Shreveport, Louisiana 71130 

In the treatment of head and nec' carcinoma, the 
junctional area between the parallel opposed 
lateral upper neck fields and the anterior lower 
neck/supraclavlcular neck field poses a chal- 
lenging problem. The major concern Involves the 
desire to adequately treat the entire area at 
risk of recurrence without exceeding 'tolerance' 
of the spinal cord. To overcome this diffi- 
culty, a modified technique of irradiation has 
been utilized at the Louisiana State University 
Medical Center since 1980. This report retro- 
spectively evaluates the effectiveness of this 
technique In A7 patients given adjuvant post- 
operative external beam Irradiation during 1980- 
1984. Actuarial four-year disease-free survival 
was 51 percent. Recurrent disease was not 
observed at the junctional blocked (and under- 
dosed) area of Irradiation In any of the treated 
patients. Neither was there an example of 
radiation-induced myelitis. We feel that this 
modified partial block radiotherapy technique is 
useful, provided evident disease is not being 
blocked. Description of this technique, its 
dosimetric aspects and its effectiveness will be 
highlighted. 



MP10.19 

Radiation Therapy Techniques Xg 

V«Dilip Ktioar^ S«J«Si!-)a» J.B.Saaano 
Oapt* of Radiation Oncology , Jaslok 
Hospital^Boobay 400 026, India<^ 

In 183 braaat cancer patient^^ various radio* 
tharapeutic tochniquas wore used^ with tho aim 
of prophylactic^ radical and palliative msa- 
sures depending upon the stage of disease* 
For the treatmont of chest wall irradiation, 
tangential portals were used with open fields, 
breast appMoator and wedges and the patients 
were grouped accordingly* Comparison of these 
techniques are done by (1}plotting of isodose 
distribution (dona annually because of non 
availability of computer) of the techniques in 
two chest wall contours (one with chest wall 
cdbne and the other Breast and Chest wall and 
(ii) Observing the radiation sequelae in these 
groups of patients during and after the comp<» 
letion of treatiDant* 

With the advent of various concepts like CRE, 
TDF and TSD^attempts have been ma4e in various 
centres to compare tho treatosnt plans based 
on isoeffect lines using these concepts* In 
the present study isoresponse lines using 
these concepts for radical treatment techniques 
were obtained and compared* 



MPajO.20 

Matching of Orthogonal Fields in Cranio- 
spinal Irradiation^ M. Tatcher,* Quality 
Assurance Review Center, Rhode Island 
Hospital, Providence, RI 02903. 

Patients with malignancies that require cranio- 
spinal irradiation (CSI) are usually treated with 
parallel -opposed lateral cranial fields coupled to 
a long posterior spinal field. To improve dose 
uniformity at the junction, many radiotherapy pro- 
tocols specify compensation for beam divergence by 
rotating the cranial fields so that their inferior 
edges follow the projection of the superior edge of 
the spinal field. In this method, when the borders 
of the orthogonal fields are matched in the mid- 
sagittal plane, there is no gap at the junction of 
the fields on the posterior surface of the body. A 
review of treatment charts from institutions that 
participate in .clinical trials involving CSI shows 
that some departments separate the cranial and spi- 
nal portals by up to 1-2 cm when treating by a di- 
vergence compensating technique. To study the 
dosimetric effects of such gaps, we have calculated 
dose distributions in the junction region for typi- 
cal CSI treatments by cobalt and 4 MV photons. 
Stationary and moving junction methods were con- 
sidered. The results demonstrate how the extent 
and magnitude of overdosage and underdosage depend 
on the width of the gap. 

Supported by NCI Grant CA29511. 



MP10.21 

Or^hovoltage Therapy with X-ray Contrast 
Media for Brain Tiamors, K.S. Iwamoto , 
M. Wollin , A. Olch , J. Bellotti , A.R. 
Kagan , and A. Norman*, Departments of 
Radiation Oncology, UCLA, and Radiation 
Therapy, Kaiser Permanente, Los Angeles, 
California* 



Orthovoltage x-rays have two potential advantages 
over conventional high energy photons for the 
treatment of brain tumors. One, if the tumor is 
first loaded with x-ray contrast media, the high 
photoelectric absorption in iodine makes it 
possible to enhance the tumor dose (Med. Phys., 
10,75-78, 1983; Radiother. Oncol., 8,161-170, 
1987;. Two, the low exit dose spares normal 
brain tissue on the far side of the tumor. The 
disadvantage of large entrance and bone doses can 
be reduced by using multiple fields. We have 
measured the dose distributions from orthovoltage 
x-ray beams in phantoms and used these to con- 
struct treatment plans. The results show that 
multiple orthovoltage fields, when used to treat 
selected tumors loaded with contrast media, have 
potential advantages over conventional opposed 
field cobalt-60 gamma rays. They also indicate 
a potential use for this technique to boost the 
tumor dose after conventional therapy by treating 
either through the skull or through a bone flap. 
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MP10.22 

Radiation Dose To Radiosensitive Organs In Treats 
ment Of Medulloblastoma * F.R. B&gne*, O.G. Bronn, 
S. Hoke, Medical College of Ohio, Toledo, Ohio 

Treatment of medulloblastoma requires irradiation 
of the entire cranio-splnal axis* The alternating 
head position technique is a method by which 
the entire CNS of a child is treated in a single 
field with the patient in the prone position* 
The head is turned to the opposite lateral 
position on alternative treatment days* A 
separate cast block is made for each alternating 
head position which excludes the face and the 
eyes* To determine the dose to radiosensitive 
organs, TL dosimetry was done on patients* 
It was found that with the standard Cerrobend 
blocking, a total dose of 3600cGy to the spine 
results in 44cGy to the gonads, 380cGy to the 
thyroid, and 648cGy to the lens. A fractionated 
dose above 400cGy is considered cataractogenic* 
To reduce the lens dose, supplementary blocks 
were placed directly over the proximal eye. 
The total lens dose was then reduced to 308cGy. 
Gonadal doses above 250cGy are associated with 
temporary sterility* Our data indicate that 
the gonadal dose Is not a concern with this 
technique. The absolute threshold for 
hypothyroidism or secondary cancer of the tnyroid 
has not been established* However, it is 
generally accepted that the thyroid dose should 
be kept to a minimum. Our study indicates that 
the thyroid dose can be further reduced by 50% 
by means of supplrmentary blocks* 



MP10.23 

Reduction of Gonad dose during txeatuent 
of Testicular tunours* T*M*K^ and 
D.I.^hv^Qites *, Western General Hospital, 
Edinburgh, Scotland* 

The large field treatJient of testicular tirours presents the 
problem of reducing the dose to the reiaining testicle to an 
acceptable level. Unfortunately an acceptable dose has never 
been clearly defined and in general the philosophy is to ke- 
ep the dose as low as prac'dcal. Ufe have designed a new 
eld to protect the testicle from scattered radiation on a 
SMV linear accelerator. 

The design had to allow the patient to rotate from supine to 
prone for parallel opposed fields* An analysis of the routes 
by vMch scattered radiation enters the testicle is presen- 
ted* The majority of the patient scatter enters via the tru- 
nk* To attenuate this coi^XM^ent the superior face of the sh- 
ield is placed betvmi the testicle and the trunk and is 1cm 
thick. The anterior and posterior faces of the shield need 
to attenuate high energy scatter from the field defining bl- 
ocks and the coUinators, they are 2cm thick* The lateral 
sides are 0.5an thick for rigidity and the inferior face is 
left open* The anterior lid is mobile and lockable, and is 
positioned by the patient between the testicle and penis 
effectively trapping the testicle ba^ath it* This reduces 
the patient scatter contribution to a minimum. The shield is 
made of Pb and weighs 51b lOoz. HD iteasuranents reveal dos- 
es of SOcGy to the testicle for a course of 3000cCy to mid- 
line is obtainable. 



MP10.24 

MINIBEAMS AND THEIR APPLICATION IN CEREBRALS 
IRRADIATION. Maria Cristina Plazas 

In the last yf>ar8r the devf'Iopmpnt of Computpr To* 
mography (CT) and NUclear Magnetic Resonancr {t9^) 
imaging, have considerably changed the possibility 
to give tr'^atraent to cerebral turaorso These methods 
give the possibility to an early diagnosis of small 
lesions and to a wove precise treatment of the lesi- 
on with stereotactic methods* 

The therapeutic problem is to distinguish between 
the tvimar that^isurgically accessable and those that 
are posisioned in a non accessable topography. The 
minibeems with high energy X- rays were proposed by 
different groups and the goal of this work is the 
dosimetry of minibearas of different diameters (5 mm 
to 20 mm diameters) and with energy of ^O^o, 6 MV, 
10 m, 18KV, 23 KV, 25 Wf X-rays « 
The following caracteristic have been considered t 
!• The dose measurement along beam axis (depth dose, 
TMR) with the different dosimetric methods. 
2o The dose measurement off beams axis (profile, 
scans, isodose curves) « 

3# The evaluation off the different dosimetric methods t 
film, thenuoluminescence, ionisation chamber and 
diodes* 

4« The cdllimating system* 

5. The problem linked to lack of Uteral electronic 
equilibrium and the existence of a possible virtual 
source. 

6« Monitor calibration* 

7. canparison with others methods of irradiatiwi. 



MP1D.25 

A Mono-Xsocentric Breast and Supraclavicular 
Irradiation Technique Using Asymmetric Beam 
CoUimation, U.F. Rosenow, Albert Einstein 
College of Medicine and Montefiore Medical 
Center, Bronx, N/ 10467 

A nev breast and supraclavicular irradiation 
technique is described which uses a single iso- 
center for the tangential and supraclavicular 
fields. The technique is especially suited for 
treatment machines with independently movable 
collimators but can also be performed using half- 
beam blocking on conventional machines. The ad- 
vantages of the techniques are: 
-accurate matching of the supraclavicular and 

tangential beams 
-use of a well-defined set-up point 
-simplified set-up 

-insensitivity to day-to-day set-up variations 
-coplanarity of beams, which simplifies the 

calculations of dose distributions 
A dosimetric evaluation including the sensitivity 
to day-to-day set-up variations is given. Some 
possible methodical variations of the technique 
will be discussed. The optimization of the dose 
distribution, within the technique, to achieve a 
better dose homogeneity in the target volume and 
better lung sparing will also be addressed. 
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MPll^l 

Energy Spectra anC Angular Distributions 
of Electron Beams Scattered by Different 
Phantom Materials, L. Andre* and 
H. Neuenschwander, Dept. of Medical Radiation 
Physics, Inselspital, University of Berne 
CH-3010 Berne, Switzerland 

The geometrical acceptance angle of our spectro- 
meter is A. 2 degres. Within this angular resolu- 
tion we measure the differential fluence of elec- 
trons from medical accelerators. The energy reso- 
lution (^^E/E with 99% valleys) depends on the width 
of the variable entrance slit and is generally of 
the order of 3%. 

To obtain angular distribution, two different 
methods are used. For small angles we subtract the 
spectra measured with a small entrance slit from 
those measured with a large one in order to elimi- 
nate the scattered electrons. For larger angles we 
use an entrance slif. with asymmetric blinds. 
We have measured the spectra of the linear acceler- 
ator SL75/20 (Philips) and the betatron A A5 (BBC) 
behind different slabs of water-, lung- and bone 
equivalent materials as well as without any 
absorbing i:.*aterial. The increase of spread in the 
angular and energy distribution of the spectrum and 
the decrease of the most probable energy with 
increasing thickness of phantom material will be 
discussed. 



MP11.2 

The Effect of Charged-Particle Equilibrium on the 
Response of an Aluminum-Walled Argon/P]^opane 
Ionization Clamber. Allan F. deGuzman and 
R. J. Schulz, Yale University 

The evaluation of the dose from neutrons tii a 
mixed neutron/low-energy-gamma fisld using an 
argon/propane ionization chamber requires a 
careful analysis of energy deposition within the 
argon or propane from the low-energy gamma rays. 
Using a plane-parallel, guard j.i-field ionization 
chamber (10.2 era in diameter, f-B cm plate 
spacing), measurements made with 1-125 (effective 
energy » 27 keV) revealed an argon/propane ratio 
of 15, As the charged-particle equilibrium doses 
to argon and propane, which are obtained at the 
midplane of the present chamber, are in the ratio 
of 36.2, there is a clear suggestion th t dose 
buildup (in argon) and builddown (in propane) 
occurs near the aluminum plates. To verify this, 
a computer program was written which tracks the 
paths and energy deposition of secondary electrons 
in the chamber gas. The electrons are assumed to 
travel in straight lines with a range equal to 
0.70 times the CSDA range. The computational 
prediction of the argon/propane ioiilzation ratio 
is 39.9 which is in reasonable agreement with 
experiment considering assumptions neccessarily 
included in the program. 
This work supported by NCI grant CA-09259. 



MP11.3 

The Use of Single Field Superpositions to 
Design Uniform TSET Dose Distributions. 
D.P. Fontenla*, H. Weiss, Dept. of Medical 
Physics, Memorial Sloan-Kettering Cancer 
Center, 1275 York Avenue, New York, NY 10021 

In Total Skin Electron Beam Therapy 
(TSET) the patient, located behind a 1 cm 
thick polystyrene screen, is irradiated 
at various angles of rotation by low lergy 
electrons. The purpose of the procedure 
when exposures at each angle of rotation 
are weighted appropriately is to provide as 
near as possible a uniform surface and depth 
dose over the whole skin. To determine the 
effect of different weighting factors, on 
the distribution of the dose around the 
phantom, a humanoid phantom has been wrapped 
at chest height with film at various depths. 
Dose distributions obtained from anterior, 
posterior and lateral films from single 
angle exposures were mathematically combined 
in different ratios by computer. The com- 
bined distributions obtained in this way are 
compared with the dose distribution obtained 
when irradiations from multiple angles were 
made on a single film^ by rotation of the 
humanoid phantom, as is done in the actual 
treatment. This is a report on the appli- 
cation and advantage of combining exposures 
to explore and facilitate the design of 
treatment. 




MP11.4 

An Experimental Determination of the Penumbra for 
Multileaf Collimation James M. Galvin*, Alfred Smith. 
Hospital of the University of Pennsylvania, 3400 Spruce St., 
Philadelphia, PA. Ronald Moeller. Varian Radiation Division, 
611 Hansen Way, Palo Alto, CA. 

Multileaf collimators (MLC) offer the inteiesting possibility of 
directly shaping static treatment fields, thus eliminating the need 
for cerrobend blocks. This study compares the penumbra for 
fields shaped with MLC with the edges for standard blocks. The 
MLC was double-focused, following the divergence of the x-ray 
beam, and projected a width of 1 cm at 100 cm SAD. The dose 
changes rapidly in iwfi dimensions in the penumbra region for 
the "stepped" MLC. We have used film to monitor this dose dis- 
tric ition and will present a technique which corrects for the inac- 
curacies usually seen whei: this doameteris used for measure- 
ments in the penumbra region. An Optronix microdensitometer 
with a 400 micron spot sl^e was used to detennine dose distri- 
butions perpendicular to the '^am center axis. The penumbra for 
MLC was scalloped at the beam edge as a result of approxi- 
mating the block as a step function. The measure of penumbra 
used was the 80 to 20% (and 90 to 10%) width of the beam 
profile at the edge. For the scalloped MLC edge, an "effective" 
penumbra was determined as the distance between the outermost 
peaks of the 20% line and the innermost peaks of the 80% line. 
Scalloping varied according to the exact shaping situation, but 
was most severe when the block cut diagonally across the field 
(the situation investigated here). The change in the penumbra 
width for the two field shapiiig techniques was determined at 5 
and 10 cm depths for a 15x15 cn field and a 6 MV accelerator. 
For 5 cm depth, the edge increased from 5 mm to 10 mm (22 mm 
to 24 mm) wide when the MLC was used. For 10 cm depth, the 
edge increased from 8 mm to 12 mm (3 1 mm to 34 mm) wide. 
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MP11.5 

PERTURBATION CORRECTION OF A CYLINDRICAL THIMPLE-TYPE 
CHAMBER IN A GRAPHITE PHAHTON FOR Co-60 GAKHA RAYS . 
S?oM*c^^ P«rroche Roux.and H. Boutillon, 

BIPH F - 92310 Sevres - Franci 

The deteraination of absorbed dose in graphite for ^^Co Gaoaa 
rays by seans of an ionization chaiber located in a graphite 
phanton requires the knouledge of the perturbation on the photon 
and electron fluence aade by the chaaber cavity and its wall if 
the aaterial or the density of the uall differs froa that of the 
phanton. The necessary perturbation correction can be deterained 
theoretically for a flat chaiber(Boutillon 1983 and Niatell983). 
However, for a cylindrical chaaber(thiable type)thc theoretical 
calculation is difficult, due aainly to the geoaetry of the 
chaaber. An experiaental deteraination has been aade of the 
perturbation correction to be applied to a graphite cylindrical 
ionization chaiber. The results indicate that the aagnitude of 
correction increases uith depth and that is also closely related 
to the size of the cavity. This aakes possible the use of s'lch a 
chaiber as an excellent standard of absorbed dose in graphite for 

Co gaaaa rays, as well as an appropriate transfer instruient. 
Boutillon, H. Phys. Hed. Biol 28, 1983 pp 375-388, 
Niatel, H - T» Phys. Hed. Biol. 28, 1983, pp W - 410. 
This work was undertaken at the Bureau » International dcs 
Poids et Measures during the tenure of an Aaerican Cancer 
Society - Elconor Roosevelt - Felloship awarded by the 
International Union Against Cmcer. 



MP11.6 

The influence of calculation grid size on the 
error In dose estimation, A. NIemlerko*, M. Goilein, 
Massachusetts General Hospital, Boston, MA 02114 

The standard technique In which the dose distribution Is 
presented as an isodose map Is based on Interpolation 
between doses calculated at a matrix of equally spaced 
points. We explored the question of how the grid used for 
the dose matrix affects the error In the Interpolated 
value of the dose at any point and hence In the position of 
a calculated Isodose contour. We defined the dose 
calculation error as a difference between the Interpolated 
and true dose for a given point, and a position error as a 
distance between that point and the nearest point which 
has, in fact, the same dose value. We examined the 
problem using an analytical and measured beam profiles 
of Co-60, X-rays and protons. Our analysis showed that 
the Interpolation errors are proportional to the 
curvature of the dose distribution, and are relatively 
high In either side of, but not inrlnriin q, the steepest 
part of the penumbra. Our results show how big an 
Interpolation error one should expect for a given size of 
the calculation grid. The specification of dose accuracy 
should be cast In the form of a pair of requirements, one 
as dose and the other as position. At a given point, only 
one requirement need be satisfied. The position 
requirement Is almost always the less demanding In 
clinical practice and. If accepted, permits the use of 
larger grid spacing than If only a dose requirement Is 
aPP a- As a rule of thumb, wa rorv^nim^nrfgd a grid <^hf^ 
2i5 limes the largest acofiptahiQ pn<;iti9nlng ftr m r . when 
that error Is in the ran^^ of from 1 to a few millimeters. 



MP11.7 

In vivo dosimetry during external photon beam 
treatment using dicdes, S. Keukelom, H. l^nson 
and B^J. Mijnheer*, The Netherlands Cancer insti- 
tute, 1066 CX Amsterdam, The Nether lancis 

Silicon diodes are well suited for in vivo dosi- 
metry if a number of characteristics, such as 
energy and temperature dependence of the dosime- 
ter response, are taken into account. The energy 
and dose rate dependence is reflected in a depth- 
field size correction during external photon beam 
treatment. The variation in the value of this 
correction factor and the calibration factor was 
determined as a function of time and total amount 
of radiation received by different types of dio- 
des. After establishing accurately these correc- 
tion and calibration factors, in vivo dose 
measurements were performed, mainly during pelvic 
treatment. Relatively large series of measurements 
on the same patient showed that the average 
standard deviations of the entrance and exit dose 
determinations are about 1% and 1.5%, respectively. 
Slightly larger values were observed during wedged 
beam irradiations. Actual dose delivery to the 
patient was compared with stated dose values ob- 
tained from treatment planning. 



MP11.8 



Experimental Evaluation of the Hogstcom 
Pencil Beam Algorithm in the Vicinity of 
Cylindrical Bones with 2D and 3D geometry. 
J. Antolak*, e. Mah, j.j. Battista, J.w. Scrimger 
Cross Cancer Institute, Edmonton, CANADA 

We have studied the influence of small bone 
substitutes of V rious density and cylindrical 
geometry on the dose distribution for incident 
electron beams of 10 and 18 Mev (1) . Dose 
distributions were measured with a scanned p-type 
diode and compared with 2D and 3D dose 
coBputations based on the work of Hogstrom (2). 
Ttie cylindrical rods have a fixed diameter (1 cm) 
but variable lengths (1-10 cm), separations 
(1.2-5.0 cm),, and compositions (CT Number of 
495-2224 HU) . Measurements for increasing 
density and length show the progressive changes 
in "off-axis'* electron scattering. The gain in 
dose accuracy achieved with a 3D implementation 
appears significant only for the smaller higher 
density bones and requires a computation time of 
5 min. on a VAX-11/780 processor for the central 
dose plane (4096 pts). The clinical implications 
of these results will be discussed in conclusion. 

(1) Phys. Med. Biol. 32, 1073 (1987) 

(2) Phys. Med. Biol. 26, 445 (1981) 
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MP11.9 

BOSIHETRIC APPLICATIONS OP FIVE RECONSTRUCTED 
BREHSSTRAHLUN6 SPECTRA BETWEEN 4HV AND lOHV 
A.Piernattel*f6«Arcovlto.L.AzariOi Catholic Uni- 
versity f Rone, Italy *- C.Baccii G.Giacco La 
Sapienza Universi ty^RoDe # Italy *- L^Bianciardl i 
H«Benassl« Nat .Cancer Inst wRonei Italy * E*De 
SapiOfS.Caislllo Hospital - Rone. Italy. 

There is a lack of experitsental brensstrahlung x- 
ray spectra produced by radiation-therapy accele- 
rators due to several difficulties* We report 
relative trasnisslon data obtained by neasureiaent 
along the central axis and off-axis of five 
photon beans generated by two 4HVi and 6 #9 #10 HV 
linear accelerators. A nunerical analysis of 
trasnission data has been applied to deternine 
the fractional energy fluences on the central 
axis and off-axis of each bean. The central axis 
spectra have been used to find the Spcncer-Att ix 
stopping power ratios and a conparison with the 
data obtained by nethods reported on protocols 
are shown. A correlation between the nean energy 
of the spectrum and the quality index TPRj^was 
found. The off-axis Spectra have been used to 
account for the softening effect on the f latening 
filter. Corrections of clinical conputer prograns 
using conventional zero field size Thk were 
nade.Uith these results and those in phantom 
neasureraentSf off^axis quality indexes were 
obtained. 



MP12.1 

First clinical experience with an ionisation 
chamber device for portal imaging. H. Meertens*, 
M. van Herk and J. Bijhold, Netherlands Cancer 
Institute, Amsterdam, The Netherlands 

A portal imaging device based on the measurement 
of ionisation currents in a matrix ionisation 
chamber became recently available for clinical 
application. The field of view of the system is 
32 X 32 cm or 16 x 16 cm, depending on the pixel 
size: 2.5 mm or 1.25 mm respectively. The noise 
in the image is less than 0.3% for a scantime of 
2 s. During dose delivery, images can be dis- 
played every 2 s. The quality of the images ob- 
tained with this device is sufficient for the 
purpose of patient set-up verification. Portal 
images of various tumor sites will be shown and 
the following clinical potentialities of the 
device wiU be discussed: a) the use of instant 
portal information, i.e. obtained within lOi of 
the fraction dose; b) the patient motion during 
dose delivery! c) the variation of fieldedges 
during doso deliver^ . 



MPa2.2 

Digital Image Processing to Enhance the Detail of Anatomical 
Structures u^ithin a Portal Film Image Obtained with High 
Energy Photons. P. Bloch*, W. Powlis and L. Buhlc. 
University of Pennsylvania School of Medicine, Department of 
Radiation Oncology, Philadelphia, PA. 

Anatomical details seen on the portal film are viewed 
together with higher contrast films obtained during treatment 
simulation with lower diagnostic x-ray energies, to identify 
relevant discrepancies in beam alignment between siiiiulation 
and treatment due to shielding block or patient positioning. 
The treatment portal image, however, has low tissue contrast, 
primarily due to the minimal differences in attenuation 
properties of high energy photons in bone and soft tissue. To 
improve the quality of the portal image, digital processing is 
used to (1) increase the display contrast between tissue types 
and (2) compensate for degradation in the portal image due to 
the finite size of the x-ray source target and the metal-screen 
film cassette. The portal image was digitally copied using a 
laser scanner microdensitometer, into 4096 grey-scale levels 
and 1684x2048 pixels each 200 microns^. A 2D-Fourier 
Transform of the image was obtained, and filtered in the 
frequency domain. The filter function used the measured 
inverse MTF for both the focal spot of the high energy photon 
source and the metal-screen film combination. The noise 
power of the imaging system is also incorporated into the filter 
function. The method permits a rapid reconstruction of the port 
image that can be interactively adjusted to emphasize desired 
particular anatomical features. 



G7 



MP12.3 

A digital fluoroscopic imaging device for 
radiotherapy localization P. Munro , J. A. Rawlin- 
son, University of Toronto, Toronto, Canad? M4X- 
1K9, and, A. Fenster, John P. Robarts Research 
Institute, London, Canada, H6A 5K8. 

Portal films are used to ensure that the 
correct region of the patient is treated during 
radiation therapy^ Unfortunately, portal films 
suffer from low contrast and often lack sufficient 
detail of the bony anatomy to determine what 
region of the patient has been irradiated. While 
the poor image quality is primarily due to the 
high energy x-ray beam, which reduces subject 
contrast, film granularity and the poor display 
contrast of film contribute to the image degrad- 
ation. 

We have developed a digital fluoroscopic imaging 
device as an alternative to portal films • The 
system consists of a metal plate/phosphor screen 
detector, a 45^ mirror, and a high quality T.V. 
camera. While other investigators have demons- 
trated systems of similar design, we have made 
modifications to the detector and the operation of 
the T.V camera in order to improve the signal-to- 
noise ratio of the images* The phosphor has been 
bonded directly to the metal plate, the light is 
integrated on the target of the T.V. camera for 
lengthy U-lOsecJ periods, and the T.V. camera is 
operated in a slow-scan mode. The effects of these 
modifications on camera performance and on image 
quality will be presented. 
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MP12.4 

Contrast enhancement for on-line portal 
Imaging, K. Leszczynsky*, S. Shalev, 
Hanitoba Cancer Treatment and Research 
Foundation, Winnipeg, Canada R3E 0V9 



Portal verification images (from film or on-line 
imaging systems) suffer from poor contrast and 
digital processing is used to enhance the visual 
perception of anatomical landmarks. Local histo- 
gram manipulation routines are widely used for 
this purpose, in which ^rey level transformations 
are computed for predefined neighborhoods around 
each pixel, and various schemes have been pro- 
posed to reduce the computational burden by 
interpolating between a sparse grid of such 
transformations. A new algorithm is proposed, 
Hoving Histogram Equalization («HE) , which dif- 
fers from the widely accepted technique of Adap- 
tive Histogram Equalization (AHE) in that linear 
rather than two dimensional interpolation of 
transformation functions is employed, MHE is 
compared to ^HE and other methods of contrast 
enhancement , global histogram modification, win- 
dowing, filtering, etc), and Its advantages are 
demonstrated in terms of computational speed and 
superior image quality. The ripple artifacts 
commonly associated with AHE are greatly reduced 
by MHE, and examples are presented for the 
enhancement of portal images using the new algor- 
i thm* 



HP12.5 

On-Llne Radiotherapy Imaging Using 
Fiber-Optic image Reducers, Y.A. 
Cheng*, j.w, Wong, w.R, Binns, j. 
Klarmann and J,W, Epstein, School 
of Medicine and Department of 
Physics, Washington University, 
St. Louis, MO, USA. 



on-line digital imaging devices are being 
developed for radiotherapy verification. 
Optical imaging is one promising approach 
and relies on capturing the light output 
from an irradiated fluorescence screen 
with a digital camera interfaced to a 
small computer. There are no moving parts 
and the components art readily available. 
However, the system requires a lavge 
mirror to direct the light to the camera 
located iome distance away from the 
radiation and is inconvenient. We have re- 
placed the mirror in such an optical 
system with an array of optical fiber 
image reducers to "pipe" the image. Each 
reducer itself is made up of a bundle of 
15 X 15 plastic fibers with an input 
dimension of 1.6mm x 1.6mm. The output is 
reduced to In'm x 1mm within a height of 
12cm. T'he chaiacleristics of the reducers 
for image transfer are studied. Images can 
be acquired in the order of seconds and 
will be pre-^ented. 



MP12.6 

LoH Energy Imaging mth High Energy 3rems- 
strahlmg Be^s, Duncan M. Galbraith*, 
Princess Margaret Hospital, Toronto, 
Ontario, Canada 

A method is described for verification imaging 
with low energy (keV) photons produced by a 
radiotherapy accelerator in the bremsstrahlung 
process. These diagnostic energy x-rays are 
normally filtered out by thick high Z target 
materials. Using a beryllium target with no 
flattening filter and a low (4-6 KeV) operating 
energy, low energy photon images can be produced 
on film in contact with a thin high 2 fluorescen 
screen. The screen selectively absorbs the low 
enerc^y component of the broad spectrum of photon 
energies. The Imaging performance o** this beam 
relative to conventional diagnostic aixd thera- 
peutic beams is assessed by comparing, a) measured 
object contrast, b) images of the RMI contrast 
phantom and c) images of the Alderson Rando 
phantom. 



MP12.7 

The Use of Storage Phosphors for Portal 
Imaging in Radiation Therapy: Therapists' 
Perception of Image Quality. D Gur*, 
M Deutsch, PA Clayton, MS Rosenthal, 
AG Bukovitz, JC Weiser. University of 
Pittsburgh, Pittsburgh, PA, 15261, USA 

A major drawback in the interpretation of portal 
images in radiation therapy is their low contrast. 
This is due to the low differential absorption of 
body tissues at therapeutic energies and to a rel- 
atively large focal spot. We used an experimental 
storage phosphor imaging system (Eastman Kodak Co.) 
to produte portal images. The system consists of 
a stor.'ige phosphor detector, a laser scanner (12 
bit), am image processing module, and a laser 
printer (12 bit). Ninffity-thrcc patients undergo- 
ing radiation therapy treatments ha-* both a conven- 
tional portal image and a storage phosphor image 
t^ken. The storage phosphor image was scanned, im- 
age processed, and displayed on a laser-printed 
film. The conventional image and the storage phos- 
phor images were then displayed side-by-sidc and 
were evaluated independently by three radiothera- 
pists for information content. Each of the three 
radiotherapists found the storage phosphor images 
to be superior (p < 0.001) to the conventional 
images. 



This work is supported in part by the Eastman 
Kodak Company. 
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MP12.8 

Image Manipulation and Processing 
in Radiation Oncology, M.S. 
Weinhous/* Washington UniveiTsity 
School of Medicine, St. Louis, mC, 
USA. 



MP12.9 

Digital Enhancement of Treatment Verifica- 
tion Films using a low cost video 
digitizer with a personal computer. Edward 
Mok*, Cancer Therapy & Research Center, San 
Antonio, Texas and John Feldmeier, D.O., 
The University of Texas Health Science 
Center at San Antonio. 



Radiation Oncologists use a variety of 
dissimilar imaging modalities (plane 
films, CT, MRI, portal films, etc.) in 
prescribing and verifying treatment. We 
have implemented digital image manipula- 
tion and processing techniques to provide 
the physicians with a consistent, corre- 
lated, and appropriately enhanced set of 
images . Consistent in that the rendered 
images have the same magnification fac- 
tors, points of view, and similar con- 
trasts. These consistently rendered images 
are examined for both spatial and temporal 
correlation (e.g. a similar film with a 
portal film with a calculated portal image 
[from CT or MR]; or serial portal films 
with one another) . When appropriate, 
enhancement is accomplished by contrast 
modification, high-pass filtering, deblur- 
ring, etc. Ultimately, physicians are 
provided with an improved data set from 
which to make clinical judgments. 



Digital image processing can be used to 
improve the image quality of radiotherapy 
treatment portal films. However most of the 
existing digital enhancement systems require 
expensive video digitizers and computers, 
which prevents them from being broadly used 
by any treatment center . Recently low cost 
video digitizers with high resolution have 
become readily available for use with 
personal computers. A video digitizer manu- 
factured by Macrox Electronic Systems Limited 
is used here. It can produce up to 102A x 
102A pixels resolution with 256 gray levels, 
with "real time" digitizing capabilities. 
Software was developed to perform edge 
enhancement, histogram equalization, low and 
high frequency filtering and other methods of 
enhancement. The images could also be stored 
so that anatomical landmarks as well as field 
outlines can be compared with different 
simulation and treatment days. Examples of 
enhanced images are presented. 



MP13.1 

APPLICATIOM OF CALORIMETXY TO EVALUATION OF 
MICRCW.^VE ANTENNAE FOR INTERSTITIAL 
HYPERTHERMIA, D.A. Wilkinson*, T.K. Saylor, M.K. 
Mizicko and p,n. Shrivastava, Allegheny-Singer 
Research Institute, Pittsburgh, pa 15212 

We have constructed a simple "adiabatic" 
calorimeter for the purpose of measuring total 
energy delivery from microwave antennae. This 
device has a volume of 270 c.c. and is filled 
with 0.9% saline. Temperatures are measured 
with a calibrated thermistor before and after 
the application of power, equilibration 
occurring within 2-3 seconds. Several types of 
antennae (BSD, Clini-Therm and Cheung) have been 
evaluated at different depths of insertion. Our 
data show that this technique is a simple, quick 
means of testing the useftjlness of an antenna 
prior to hyperthermia treatment. 

SuK^rted in part by tJCI contract #N01-CM-37512 . 



MP13.2 

Development of 430MHz Microwave Heating System 
with Lens Applicator for the deep seated tumor 
treatment. 

M.Kikuchi^ , Y.Nikawa^^ T.Arioka-^, 
T.Ioshida-^, T.Terakawa^ and T.Matsuda^, 

1. National Defense Medical College, Saitama, 
Japan. 

2. National Defense Academy, Kanagawa, Japan. 

3. Tokyo Keiki Co., Ltd, Tokyo Japan. 

4. Tokyo Metropolitan Komagome Hospital, Japan. 

For microwave hyperthermia, it is difficult to 
deposit electromagnetic(EM) energy deep in the 
tissues. In this paper, we have newly developed 
the lens applicator based on our previously 
reported lens technique which can deposit EM 
energy in the lossy medium with the convergent 
effort of radiated EM field, and the microwave 
heating system(HTS-IOO) operates at 430 MHz. This 
system consists of the compact high power unit 
(solid state type, 500W), the lens applicator, the 
multipoints temperature mep.sureraent unit, the 
cooling unit and the control unit which installes 
the calculations of thermal dose, abnormality 
detections and automatic safety stop. We have also 
carried out the experiments on heating both an 
Agar phantom and the riiiniature pigs to evaluate 
the temperature distribution and control 
perforiPAnce. These rosults show that the heating 
depth of approximately 60mm was obtained, which 
implies great capability in clinical use. 

d 
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MP13.3 

REGIONAL HEATING APPLICATORS: CHARA- 
CTERIZATION IN PHANTOMS. A.M. Dl 
Nallo, L.Begno22l, G. D'Brmo and H. 
Benassi. Reglna Elena National can- 
cer Institute, Rome, Italy. 

The cltotoxic effect of heating and the 
enhancemert of the radiotherapy effecti- 
veness combined with hyperthermia has 
favoured the development of technology 
for loco-reglonal treatments. 
For a better choose of hyperthermic 
treatment technique, measurements have 
been carried out, m order to 
character l ze two different unl t s : a 
couple of capacitive electrodes working 
at 13.56 HH2 (H. H. E. ) and a waveguide 
TEH working at 27 HHz (Aerltalla). 
I'he phantoms used were built using com- 
positions suitable to Simulate tissues 
dielectric constant and electric con- 
ductivity at the frequencies of inte- 
rest. Measurements were carried out to 
investigate the heating omogenelty and 
the possible existence of disperse 
fields and hot spots. 

These two different heating techniques 
are used in our Institution for pelvic 
tumors treatments. 



MP13.4 

The Use of Doub?-e Node Microwave Antennae 
for Simultaneous Intraoperative Interstitial 
Hyperthermia (lOHT) and Intraoperative 
Radiation Therapy (lORT) with Electrons. 
G.C.King/ m.sc.*, R.Nibhanupudy, M.SC. 
J.SmyleS/ M.D.,A.L.Goldson/ M.D. ,E.Ashayeri/ M.D. 

The dosimetry problems/ because of the pre- 
sence of double node antennae and nylon 
flexiguide in the radiation field are 
discussed. The solution will help to 
eliminate the use of numerous single node 
antennae for uniform heat distribution. It 
is essential to investigate these problems 
to insure an uniform heat and radiation 
distribution during che.use of simultaneous 
Intraoperative Hyperthermia (lOHT) and 
Intraoperative Radiotherapy (lORT) for 
primary and recurrent tumors. 

The findings presented are based on 
observations of a 915 MHz microwave field 
used to maintain a temperature of 44**C for 
30 minutes while 6/9,12/15/ or 18 MeV 
electron beam. 



NEW INTRACAVITARY ANTENNA ARRAY FIXTURE, ^^"^ frequency I ' .Applicators for localxzea 

Thomas R. uanfield, Ph.D.* and Anne hyperthermia, G.Banci, C.Franconi*, 

McCall, M.D., Loyola University of C.A.Tiberio and L.Raganella/ II Univ. of 

Chicago, Stritch School of Medicine. Rome, via 0. RaimondO/ 00173 - Rome, Italy 
Maywood IL and Edward Hines Jr! 

Hospital, Hines, IL. A family of 27 MHz hyperthermia applicators 

A new fixture has been designed for innovative design have been developed/ 

co!!ijfr'I!; ^ » array of 915 Mhz tha^ provide almost uniform heating in 

coaxial microwave antennae into intra- ^ ^ 

cavitary space. The antennae are insert- FSeudo axial symmetry body segments with 

ed into^ closed end catheters that are the highest symmetry congruence. They have 

mounted in grooves parallel to the axis ^ . gi^uence. mey nave 

of a 1 cm diameter lucite rod. In one t^ave a potential use in regional 

configuration all six ant^annae junctions hyperthermia that can be circumscribed with 

are in a plane orthogonal to the rod. . ^ 

The rod has a telescoping mc^chanism that electrodes .Two implementations will be 

tions^L^^Kr «^^?r?^^'"5J antoi^nae junc- presented/ i.e. the active ring electrode 

tions to be repositioned to elongate the « • . « . 

energy deposition pattern. Normally ^ ^'^^ Toroidal Transformer systems, 

toqether^ activated also working at 95 mz, at which frequency 

Tiogetr^er. The device has besn tested in . , ^ . . m jr 

VIVO in the dog Larynx. These results axial focusing is exhibited. Results will 

and phantom data will be presented. be shown in which these devices provide 

localized heating at intermediate depths 
also in combination with inductive devices 
such as the Twin Dipoles and the open-mode 
Toroidal Transformer to form an hybrid type 
of applicator. 
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MP13.7 

TARGETING OF CANCER CHEMOTHERAPY BI MICROWAVE 
IRRADIATION, Naoki NEGISHI*, Yas-hiko TOMITA, 
Makoto KIKUCHI, Yoshio NIKAWA , and Puniaki 
OKADA^, Dept. of Med. Eng., Natl. Defense 
Med. College, Saitana359> JAPAN., * Dept. of 
Elec. Eng., Natl. Defense Academy, JAPAN. 



In order to develop a temporal and spatial drug- 
administration method using physical actions, a 
basic reseach was made on the anticancer drug 
delivery system using microwave in the range of 
430-MHz band. A physical-targeting method which 
achieves a localized drug-administration by 
selective irradiation of microwave is proposed in 
lieu of conventional biochemical-targeting method. 
When irradiated with A33-MHz microwave (MWy to the 
polymeric prodrug of methotrexates coupled with 
biodegradable poly(hydroxypropyl)-L-glutamine 
(PHPG),its temperature rise was higher than that 
of neutral PHPG. Polyelectrolytes which showed 
large values of the relative loss factor(e") were 
easy to generate heat by A33-MHz MW irradiation. 
When a strong polyelectrolyte(PE) was injected 
into the phantom simulated to muscle tissue in 
value of e",it was confirmed that the PE was more 
heated than the phantom by external MW 
irradiation. A localized drug-administration 
induced by selective microwave irradiation, that 
is, a physical targeting can be expected if "ohe 
macroffiolecular prodrug in poly electrolyte system 
is utilized* 



MP13.8 

RF Inductive Hyperthermia for Deep Seated Tumor, 
H.Ikeda, M.Fujii, K. Sakamoto, H.Kanai*, Sophia 
University, Chiyoda-ku Tokyo, Japan 102 

When a cylindrical body is heated by a surrounded 
coil, temperature rise in the superficial part of 
the model' is very large, but is very small in cen- 
tral part of it. We have already reported about a 
new coil system for induction heating. As the 
results, it v/as shown that tumors seated at anywhere 
in body can be heated by this new method. 

Temperature rise distribution in head cross-sec- 
tion are calculated, when this new type coil is 
applied to brain. Both ultrasound heating and RF 
capacitive heating methods can not be applied to 
brain because of vhe skull. However, new our meth- 
od be applied. Experimental results obtained from 
phantom experiment are discussed togather with 
calctdated results. Phantom is homogeneous 
cylinder made of ager solution which has almost the 
same electrical properties as that of human muscle. 

We applied various type coiles to the phanto.n. 
Frequency and power are 13.56 l4Hz and about 500w, 
respectively. After heating, temperature^ rise are 
measured by a small thermistor probe. Hot *?pot is 
observed in the central part of phantom. 
Experimental results agree well with calculated 
restilts. If we cool the superficial tissues, deep 
seated tumor can be heated well by this method. 
The effect of inhomogeneity and blood flow change 
on temperature rise distribution by this method are 
also discussed in this paper. 



MP13.9 

CLINICAL INTEREST OF RIDGED-WAVEGUIDES OPERATING 
AT 27 Mhz FOR DEEP HEATING. C. Marchal , P. Bey, 
and P. Aletti", Dept. of Radiotherapy, Centre 
Alexis Vautrin, Vandoeuvre les Nancy, FRANCE. 

A complete hypert»iermia device named HPRL 27 has 
been developed in collaboration with SAIREM Ets 
(Lyon, France). The second generation of material 
is proposed for the treatment of pelvic tumors. 
A 27.12 Mhz generator of lAOO watts drives a 
bended water-filled waveguide of 150 Kg. This 
applicator is held by a motor-powered mechanical 
arm. The effective aperture of this waveguide 
is greater than AOO cm . The penetration depth 
was found about 8 cm but using a strong cooling 
of the skin the maximum heating can be dropped 
between 3 jnd 6 c»i deep. Technical, physical 
and experimental results on "tissue-equivalent" 
phantoms and on anima's are piven. Our five years 
clinical experience on 5^ tumors treated is pre- 
sented. 



71 



MP13.10 

A Scudy of QA program of High Energy 
Therapy Machines in The Republic of China, 
Mann Tchao Wang* and Shiaw Chyan Chang, 
National Yang Ming Medical College, 
Shih-Pai, Taipei, Taiwan, R.O.C. 



High energy therapy machines are widely spreading 
m this country and the tread of use are rising 
rapidly. Since very few medical physicists on the 
island, there are sane problems in maintainance 
and QA works. These may lead to potential harms 
to the patient, enployee and general public. A 
task group was formed by the Atcxnic Energy Coun- 
cil to conduct a survey to review the situation 
and tried to find a solution. The over-all result 
shows that the most serious problems were the 
dose rate and the field size congruences but the 
radiation safety survey reveal to be highly 
satisfactory. 

A postal TCthod for monitoring the QA programs by 
using LiF and films was established to inprove 
the problems. Tne dose rate and beam profile can 
be monitored by LiF powder. Cross hairs, field 
congruence, beam flatness and syirmetry were mea- 
sured by one film. The mechnical isocenter and 
radiation center measured by a second film. A 
special phanton was made to carry out the task. 
It was proved a highly satisfactory way to 
rrcnitor the hospital in remote area. 
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MP3.il 

AN EVALUATION OF A QUALITY ASSURANCE 
PROGRAM FOR MONITOR UNIT CALCULATORS, 
R. A. Dahl, E. C. McCullough, D. E. 
Mellenberg*, Mayo Clinic and Mayo 
Foundation, Rochester, Minnesota. 

Computerized methods are frequently being used for 
computing monitor units or timer sets. These 
programs can be developed by the local institution, 
be "imported" from outside or be part of a commer- 
cial treatment planning package. An evaluation 
and quality assurance protocol for monitor unit 
calculators was developed to systematically 
compare and check results frojn MU calculators. 
The results from this testing revealed that errors 
in MU calculators are possible when they are tested 
over a wide range of field sizes (including blocked 
fields), SSDs and depths. Our protocol presents a 
minimal program to assure proper calculator 
accuracy and software integrity. A key element of 
any protocol is the designation of acceptability 
criteria since meeting these criteria can have 
medical-legal implications. Our results suggest 
that calculators be checked against hand calcula- 
tions, and this be permanently documented. 
Monitor unit calculation program maintenence will 
be outlined in the light of liability and software 
corruption concerns. 



MP13.12 

A Computerized Quality Assurance 
System, Vaananen A.*, Puurunen H., 
Kuopio University Central Hospital, 
SF-70210 Kuopio, Finland. 

A computer aided dosimetry system is 
constructed for routine measurements , 
documentation and analysis of the results 
of quality assurance (QA) in radiotherapy. 
A multimode electronic unit, controlled by 
a desktop computer, consists of two 
precision electrometers, programmable 
voltage supply, a disc station fc data 
communication and steppermotor controller 
for waterphantom and densitometer. 
Software consists of absorbed dose and 
dose distribution measurement programs , 
QA-analysis and data documentations . 
Using the electrometer readings and stored 
calibration and correction factors the 
absorbe(' dose can be calculated. The 
system controls the realization of the 
QA-programs and messages about unaccepted 
values. All the data of QA measurements 
are saved by computer where they are 
easily obtained. Written instructions 
about various measurements are not needed. 
Because the time-consuming analysis, 
documentations etc. are not needed, the 
system will help the dosimetrist in daily 
routine. 



MP13.13 

Cciceria for aoceptanoe testing and 
coimissioning of nodem nuLtlmodallty 
linear accelerators » Jatinder R» t^ta* 
and N. SuntharaLi^gan, E&partxient of 
Radiation Ther^ and Hiclear ^fedicine, 
Thccas Jefferson Ihiversily HDspital, 
RrLladelphia, PA 19107 

The acceptance testing, connissionlng and quality 
assurance of modem nultimodallty linear accelerators 
have become more cocplex. These machines offer dual 
photon and nultlple electron energies, Independent or 
asjmnetric motion of jaws, electron and photon arc 
therapy and nxiltiple sej^nent ther^. Digital logics 
and microprocessors are also incorporated into 
accelerator control and monitoring to handle these 
ooccplex functions. The "Code of Practice for x-ray 
therapy linear accelerators in current use is not 
adequate for these acoeierators. TYb inadequacies are 
in the following areas: (1) determination of radiation 
isooenter with independent jaws, (2) field size 
dependence for asymmetric fields, (3) beam flatness 
requirements for nxiltiple photon beans , (A) beam 
calibration, (5) measurement of ancxnalous radiation 
leaks, (6) software and hardware interlock checks, and 
(7) acceptance and quality assurance of ccr^xjter 
software. Criteria and methodology for acceptance 
testing , canaissioning and quality assurance of modem 
accelerators arc presented. 

k^. Ehys, 2, 110-121 (1975) 



MP13.14 

Experience in the Acceptance Test- 
ing and use of a Computer Con- 
trolled Therapy Linear Accelerator, 
M.S. Weinhous*, J. A. Purdy and CO. 
Granda, Washington University School 
of Medicine, St. Louis, MO, USA. 



In August, 1987, a Varian Clinac-1800 
linear accelerator was retrofitted with 
the vendor's computer controlled console. 
In light of recent past events involving 
computer controlled therapy linear 
accelerators, extraordinary measures were 
taken to assure the safe operation of the 
entire interlock and computer systems . 
During acceptance testing, the traditional 
machine acceptance parameters ware measur- 
ed. In addition, however, each interlock 
was tested as close to the fault/signal 
source as was safe and practical. Finally, 
several days were spent trying to force 
the console computers out of their defined 
modes and into indeterminate or dangerous 
modes, uetails of the successful accep- 
tance testing and the results of one year 
of operation vin be presented. 
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MP13.15 

Long term Variation in Beam Symmetry as a Function 
of Gantry Angle for a Computer-Controlled Linear 
Accelerator, M. Loyd*, j. Laxton and R. Lane, The 
University of Texas Medical Branch/ Department of 
Radiation Therapy, Galveston, Texas 77550* 

Longterm beam symmetry measurements have been per- 
formed on a Philips SL20 dual energy computer-con- 
ticlled linear accelerator. Symmetry in both the 
radial and transverse axis of each x-ray beam was 
monitored for eight gantry positions. 
In the radial or gun-target axis ot the beam, both 
computer look-up tables and servo systems are re- 
quired to maintain x-ray beam flatness and symmetry 
with gantry angle. In the transverse or A-B axis 
only the look-up tables are used. 
The look-up tables record beam steering current 
settings used to produce a flat, symmetrical beam. 
These ;^ettings are recorded eveiry 3 degrees for 366 
clagrees of gantry rotation. Recorded settings are 
used for each of the adjacent degrees of gantry 
angle positions as well as for the tabulated degree 
of gantry angle. 

These measurements were undertaken to evaluate the 
effectiveness of this beam steering system. Eval- 
uation of the data shows that careful set-up proce- 
dures result in x-ray beams in which fluctuations 
in s>mmeti:y as a function of gantry angle are 
withi-n + 1.5%. However, day to day instabilities 
produce a total overall variation in beam symmetry 
which is on the order of + 2.0%. Comparable data 
obtained from a Clinac 6/100 and a Clinac 4/100 
linear accelerator will also be presented. 



MP13.17 

A Cojsputerized Digital Video system 
For Contour Acquisition and 
Compensator Design, J.W. Andrew*, J. 
E. Aldrich, M. E. Hale and J. A. 
Berry, Cancer Treatment & Research 
Foundation of Nova Scotia and Dept. 
of Radiation Oncology, Dalhousie 
University, Halifax, N.S., Canada. 
B3H 1V7 

Recent advances in computer and video 
technology have enabled significant 
advances in the field of surface 
topography measurement. This pan'^r will 
describe ? system tor the design 
radiotherv.t;y photon beam compensax-ors . 
The system obtains contours using a fan- 
shaped light beam and a video camera 
which are mounted on a tray which fits 
into a radiotherapy simulator. 
Transverse contours are obtained from one 
digitized video image or, in the case of 
opposed fields, from two or more image 
frames taken at different gantry angles* 
Entire surfaces are measured by scanning 
the bed longitudinally and analyzing a 
number of images. Posterior surfaces are 
obtained by scanning a mold. A printer 
produces a template for making the 
compensator from sheet lead. The cost of 
the hardware needed to build the system, 
was approximately $10,000 (U.S.). 



MP13.16 

A Compute. i;:ed Tissue Compensator System* 
H*I. Amols^ Columbia Univ*,L*E* Reinstein 
and B.C. Baldwin, S.U.N. Y* at Stony 
Brook, New York, U.S.A. 

1 

A teletherapy tissue compensator system 
IS described. Patient contours are ob- 
tained by sequential tracings with a hand 
held 3D magnetic sensing wand. Contours 
are analyzed and displayed on-line by the 
computer , wi th automat i c 3D surface 
smoothing. Menu driven options allow for 
contour editing, isometric display, gan- 
try, and collimator rotations. Compensa^ 
tor molds are cut into styrofoam tem- 
plates via a computer controlled milling 
machine, with the user specifying scaling 
factors for compensator size. Molds can 
be filled with high density cerrobend 
alloy, or a special medium density gypsum 
stainless steel mixture (useful for tis- 
sue deficits of up to *5cm). Mounting 
insets are milled into tne styrofoam 
temp late to per mi t accurate mount i ng on 
standard blocking trays. Patient contours 
can be ootained in a matter of minutes 
with th IS system , wi th compensator f abr i- 
cation performed off line. A detailed 
system description, plus sample isodose 
profiles will be presented. 
1 

Huestis Corp., Bristol, R.I., U.S.A. 



MP13.18 

CT-Based Conformat-^onal Bolusinq Technique 
for Electron Beam Therapy . F. Bagne*, 
L. Low, L.A. Fadell, Kedical College 
of Ohio, Toledo, Ohio 

In radiation therapy with electron beams a bolus 
i s often used to compensate for surface 
irregularities or to conform the isodose 
distribution to the shape of the treatment volume. 
Because of the three dimensional nature of the 
problem, a clinically satisfactory bolus has 
not as yet been fully developed. We have 
developed a highly accurate patient-specific 
computerized bolus for this purpose. The system 
utilizes CT slices of the pertinent region under 
treatment position. Initially, the area to 
be treated is marked on each slice. These data 
along with other anatomical information are 
then entered into a VAX-780 computer. A computer 
program converts the saggital data into bolus 
information in axial, or coronal planes. The 
number of bol us pi anes i s determined by the 
thickness of the bolus slices and by the bolus 
material . This paper presents the design of 
the bolus system; describes the computer program 
used for the process and illustrates the steps 
necessary for computation and fabrication of 
the conformational bolus. Finally, the clinical 
application of the system is discussed by 
presenting actual cases which have utilized 
the system over a one-year period. 
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MP13.19 

Dose Conformational Transmission Blocking 

YechnfqueT FJC. Bagni*, D.G. Bronn* and L.A. 

Fadell, Medical College of Ohio, Toledo, Ohio 

Standard cord blocks are generally used in lung 
cancer treatment after the spinal cord reaches 
its maximum tolerance dose. This technique 
has the disadvantage of providing a lower-than 
biologically-adequate daily dose to the 
mediastinal strip. Alternatively, posterior 
cord transmission blocks of a fixed thickness 
have been used to maintain a higher fractionated 
dose over the course of treatment. The latter 
technique neither corrects for the geometry 
of the cord nor for the patient's surface contour. 
This paper presents a conformational transmission 
blocking technique to compute the thickness 
of the transmission block along ray-lines and 
to provide a uniform fractionated dose across 
the entire spinal cord. Initially, a series 
of CT scans are taken over the region of interest. 
The location of the spinal cord on each slice 
is entered into a VAX-780 computer via a 
digitizer. A computer program combines the 
anatomical information and the measured 
transmission data for megavoltage photons to 
generate a demagnified blocking pattern. A 
standard block-cutter is modified o produce 
the necessary conformational transmission block. 
The final Cerrohend block is attached to the 
tr?v along with the field blocks. This paper 
presents examples of the results and discusses 
its clinical significance. 



MP13.20 

Comprehensi ve Study of Effective Attenuation 
Coefficien t for Use in High-Enerov Photon 
Treatment Planning , p.R. Bagne*, N. Samsami, 
S. Hoke, Medical College of Ohio, Toledo, Ohio 

Precision radiation therapy with high megavoltage 
photons requires a uniform dose throughout the 
treatment volume, in compensating for the missing 
tissue, one area which has been neglected in 
the past is the region of buildup. Clinically, 
this region is of particular importance whpn 
the involved tissues, such as lymph nodes, are 
located v'ithin a few centimeters from the skin. 
We have undertaken a comprehensive study to 
determine the adequacy of a single effective 
attenuation coefficient, y gz-f, for a given 
compensating material for use in calculating 
the missing tissue. Measurements were made 
in a tissue-equivalent phantom using 10 MV photonc 
(Varian Clinac-18). The compensating material 
used was polystyrene. Our results indicate 
that a single UQff does not provide the desired 
accuracy over the clinically-used range of field 
sizes, depths and missing-tissue thicknesses 
and that u gff can vary Ly as much as 70% over 
the region of bui 1 dup. Thi s paper presents 
the specific variation of ueff with depth, field 
3ize and missing-tissue thickness and reconmiends 
a technique for minimizing the number of u&ff 
values required for treatment planning purposes. 
Application of the results to computer-assisted 
tissue compensation techniques is also discussed. 



MP13.21 

Comparison of Penumbra between Bocussed 
and Straight Edged Blocks - Implications 
for Multileaf Collimators (MLC), P. Biggs*, 
J.Capalucci and M.Russell, Mass.Genl.Hosp. , 
Boston Ma USA 

The penunibra for straight edged (SE) blocks has 
been compared with that for the collimator jaws 
(focussed blocks) of a lOMV linac for square 
fields at three depths by measuring the 
distances between the 5o% and the 80%, 90% and 
95% doses respectively. Beam profiles were taken 
with a water phantom scanning system using 1.5mm 
diam. diodes. The results show that at a depth 
of 2.5cm, dmax, the penumbra is worse for SE 
blocks when field sizes exceed 15cm at the 80% 
and 90% dose and 20cm at 95%. At 11cm depth, 
this 'break even' field size remains the same 
for 80% whereas at 90% the penumbra differs only 
for fields greater than 30cm while at 95% the 
data overlap. The max. differences in penumbra 
amount to 2 and i.Smm tor the 2.5 and 11cm 
depths respectively. At 15cn depth the two sets 
of penumbra are indistinguishable. Since most 
clinical treatments prescribe to the 95% isodose 
or greater, SE and focussed blocks are equally 
effective except close to dmax. Thus the 
mechanical complexity of an MLC could be 
significantly reduced for a small sacrifice in 
penumbra. Further studies show that SE blockr 
with either a 1mm or a 0.5mm offset at mid-block 
height do not noticeably degrade the penumbra. 



MP13.22 

PE^ffiRA GENERATORS FOR CLINICAL ELBCTRCXJ BEAMS, 
R. G. Kurup*, S. Wang, axd G. P. Gla'^gow, Loyola- 
Hines Radiotherapy, Loyola University Medical 
Center, mymod, Illinois 60153 

Clinical electron beams used in radiotherapy have 
narrow penumbra. This rrakes abutment of these 
fields extremely difficult. It is desirable to 
increase thr width of the penumbra at the region 
of abutment of the fields. One way of achieving 
this is to introduce narrow, thin plastic strips 
or wedges along the edge where the penumbra is to 
be enhanced. The effect of such penumbra 
generators were studied. The influence of the 
width, thickness, and shape of such penumbra 
aenerators on the beam penumbra and their role in 
field matching for electron beam energies form 
6 MeV to 18 MeV will be presented 



52 

ERIC 



1988 World Congress on Medical Physics and Biomedical Engineering * San Antonio, Texas 



Medical Physics Scientific Papers 



MP13*23 

Limitation of "Cloar-Pb" as a filter to 
reduce electron contamination produced 
by hlglj^ energy x-ray beams#, S. Guru 
Prasad ,K«Parbhasaradhi,Youngr.ee, 
Rajesh Ruperal, Rafael Garces,Cvanston 
Hospitalf Evanston,Il«6020I* 

The dose in the build-up region of 
high energy accelerator x-rays in- 
creases whenever blocking trays are 
used* The amount of electron contamina- 
tion depends not only on the collimator 
and Lhe fld.ttening filter but also on 
the field size** It is also dependent 
on the x-r ay energy • The use of 
electron filters are among the sug- 
gested methods to reduce thic con- 
tamination* Several filter materials 
have been previously studied* It ap- 
pears that the previous studies have 
not examined the field size in limiting 
the usefulness of the filter* 
Wc have studied ''Clear-Pb" as a filter 
to reduce the electron contamination 
produced by 6 and 10 MV x-rays gen- 
erated by Clinac-IBCIO with special em- 
phasis on the field sizes over which it 
can be used* This tray material can be 
used up to 25x7.5 cm?^ for 6 MV x-rays 
and up to 20x20 cm^ for ICJ MV x-ray 
beam* 



MP13.24 

Standard Thorax Compensators for AP-PA Treatments 
Wendell Lutz* and Jeff Williamson, Dept* of Rad* 
Oncology, University of Arizona, Tucson, Arizona 

Dose delivered by first course AP-PA portals to 
lung and esophagus tumors Is generally limited by 
cord tolerance* Because of the long fields involved 
separation differences between superior and 
inferior borders may be as large as 14 cm* For a 6 
MV photon beam this results In cord doses 13% above 
and 7% below the dose at midline on the central 
axis* We have designed a set of four, anterior 
field, standard 1 dimensional compensators for our 
6 MV and 10 MV llnacs* For over 80% of the cases, 
one of these cojupensators fits sufficiently well 
that cord dose Inhomogenelty Is limited to 3%, 
eliminating the need for customized compensation* 
The compensators, which accommodate 30 x 30 cm^ 
fields, are made from 0*031" thick copper sheets 
mounted to aluminum trays that slide into the wedge 
slots* Each compensator Is designed to compensate 
a differently oriented sagittal contour each with a 
41 cm radius of curvature* The contour orientations 
are defined by the angle a line, tangent to the 
contour at the central axis, makes with the 
horizontal plane* The angles used are 15*, 20*, 
25*, and 30** To quickly and quantitatively 
evaluate the fit of a standard compensator to a 
particular patient, transparent overlays of the 
lateral view of these "standard contours" are 
compared with a sagittal contour drawn from 
measured patient separations* 



W13*25 

Cllnac 4 Treatment Accessories Revisited 

Wendell Lutz* and Jeff Williamson, Dept* of Rad* 

Oncology, Unlv* of Arizona, Tucson, Arizona* 

Because of the short 80 cm SAD of the Cllnac 4 
accelerator, treatments such as tangential breast 
and certain head and neck cases Involving oblique 
angles coupled with the use of cerrobend blocks, 
wedges, and/or compensators are spaclally difficult 
to treat* We have designed a compact wedge- 
compensator-block holder that maximizes the 
distance from isocenter to the most distal 
accessor' Most notable is the mounting of the 
blocks pside-down"* This removes lateral 
protrusions in addition to saving considerable 
space when the gantry is rotated from one field to 
another with no blocks in place* For head and neck 
cases ? rigid, long, narrow extension was designed 
that attaches to the end of the couch* The head 
rests on this extension and is immobilized with a 
thermoplastic material molded to the patient's 
surface and attached to the extension* This 
extension is constructed of 0*050" thick aluminum 
rolled into a half-moon cross-section so that 
posterior and posterior oblique treatment beams are 
attenuated by less than 5% by the extension* 
Remounti ng the wedges , rotated 90* from thel r 
original position, proved to be more convenient 
both for treatments and block mounting* In 
addition, when blocks are used with wedges, the 
blocks no longer have the possibility of "falling 
out" of their slots at certain gantry angles. 



MP13*26 

Dosimetry of Eye Shielding Block 
F*J*Iin-, H*H*Chen, T*CoChen, J*H*Hong, 
Department of Radiation Oncology, Chang 
Gung Memorial Hospital, 199, Tung Hwa 
North Road, Taipei, Taiwan, R*0*C* 



Lens is veiy sensitive to radiation and cataract 
can be induced even by relatively low dose of 
radiation* In treatment of head and neck tuTK)rs, 
shielding eye block Is used frequently and vari- 
ation in distance between the eye block and the 
eye surface can affect the dose to lens remark- 
ably* Different divergent blocks were used to 
find out the optimal distnace of eye blocks for 
Co-60, 6MV and lOMV x-rays from linear ::cceler- 
ators and to evaluate the dose distribution under 
eye block* PTW thin window parallel-plate ioni- 
zation chamber was used in the measurement and 
all data were acquired in polystyrene solid 
phantom* The eye blocks have a surface area with 
diameter of 2 cm at the distance of irradiation* 
Eye block at optimal distance can reduce the dose 
to lens from 17% to 7% for lOMV and linear 
accelerator, from 14% to 8% for Co-CO comparing 
to block on the regular tray* The optimal 
distance is 0*9 cm, 1*4 cm and 6 cm for lOMV, 6MV 
and Co-60 respectively* VJhen block diameter is 
larger than 2 cm, the dose to lens is independent 
of block size* 
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Conmissionitig the NEC Linear Accelerators 
F.J.Lin*, C.S.Chen, R.H.Lan, C.P.TU, H.H. 
Chen. Departnient of Radiation Oncology, 
Chang Gung Memorial Hospital, 199, Tung 
Hwa North Road, Taipei, Taiwan, R.O.C. 



Three NEC linear accelerators, two in Lir^ 
Medical Center and one in Kaohsiung Medicc 
Center, have been installed recently installed in 
Chang Gung Memorial Hospital. Conmissioning 
procedures included the acceptance test, radi- 
ation protection survey, the collection of 
dosimetry data, and acquisition and assimilation 
of patient treatment aids. When the machine 
installation was ccmpleted, the acceptance test 
were performed by the NEC engineers first and 
must be performed again by hospital physicists to 
verify the speficinations and characteristies of 
the facilities. It included safet>, mechanical, 
digital, optical, dosimetry and laser systems, 
then measurements of dosimetry data were made 
with thin wall parallel plate chamber in water 
phantom and cylmdric chamber in solid phantom. 
Dose calculation is by Task Group 21 method in 
our departnient. After cotnnissioning procedure, 
quality assurance program were initiated and 
performed for all facilities. Specified conmi- 
ssioning procedures and quality assurance program 
are essential for maintaining high quality of 
radiation therapy. 



MP13.28 

In House Repair of Co-60 Teletherapy Units. 
Amendment Requirerrents , Peter R. Almond, Ph.D., 
Brown Cancer Center, University of Louisville 
Louisville, Kentucky 40202 and Kenneth R, 
Hogstrcm, Ph.D. The University of Texas M.D. 
Anderson Hospital, Houston, Texas 77030 

In April of last year the Nuclear Regulatory 
Commission issued information notice nuirter 87-18 
"Unauthorized Service on Teletherapy Units by 
Non-Licensed Maintenance Personnel." The out- 
come of this notice is that only very limited 
service can now be done by "in-house" staff on 
these units. Although not a new regulation by 
the NRC, it does represent a stricter interpre- 
tation of the existing standard license condi- 
tions. Althouc^i the notice did not address the 
question cf how licensees were to get their 
units repaired, it did state that "Licensees who 
desire to have these operations performed by 
qualified "in-house" staff merrbers who are not 
authorized by the NRC or an Agreement State must 
request an amendment to their license." in 
order to test this provision, a license amendment 
was submitted to the appropriate authorities in 
Kentucky. The progress of this amendment and 
its content win be discussed and ccrrpared to 
guidelines for repair on Cobalt-60 units prepared 
by the staff at M.D. Anderson Hospital in Texas 
by request of the Texas Bureau of Radiation 
Control. 



MP13.29 

Manual For the Use High Energy X-Ray T^^erapy 
Linear Accelerator: Clinical and Physical 
Aspects, E. Gaona*, V.M. Tovar, Depto. de Fi- 
sica, Institute Nal. de Cancerologia-Universi- 
dad Autonoma Metropolitana Xochiinilco , San 
Fernando 22, 14080 M6xico, D.F., Mexico. 

The purpose of this manual is to present appropiate 
material for the physicist and radiotherapist in 
clinical and physical aspects, incluying historical 
summary, criteria for selection of linear accelera- 
tors for radiation therapy, acceptance and periodi- 
ca] test, high energy X-ray dosimetry, monitor unit 
calibration and monitor unit calculation in treat- 
ment planning. Futhemore other topics related to 
radiation therapy. 

This Manual covei'S the basic needs of physics ra- 
diation therapy and clinical applications in tea- 
ching. 

This Manual was published in Spanish by National 
Cancer Institute of Mexico, incluying a brief 
summary in english. 



MP13.30 

Single Board Oonputer Upgrade to a 
Simulator Held Size Display, 
J.J. Sb:abo*8t M.K. Sanford, 
Saint John Regional Hospital, 
Saint John, N.B., Canada. 

\Vhen a Treatment Simulator was given a major 
overhaul rather than purchase a new one, a 
certain ccmponent could not be purchased 
because the parts were no longer manufactured. 
Lack of this canponent rendered the existing 
analog display system useless. This display 
indicates the treatment field parameters for 
subsequent patient radiation therapy - a vit- 
al loss. A completely new digital display 
system was therefore designed to replace 
the old analog system. This system consists 
of a 20 digit vacuum fluorescent digital dis- 
play controlled by a central single-hoard 
conputer. Features of this system include: 
low cost of parts, quick and ea^ calibration, 
transparent to Simulator Operator, and a self 
checking routine that notifies the Operator 
of calibration errors. In addition, the 
computer can be optimized in processing speed 
to achieve minimum response time to changing 
inputs while also minimizing the input sen- 
sitivity to random noise. 
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MP13.31 

Electron Beam Energy Monitoring 
using a Staircase Filter, 
P. O'Brien*, McVittie, B.A. Gillies, 
Toronto- Bay view Regional Cancer Centre, 
Toronto, Ontario 



The matrix dosemeter (1) is a computer driven 
square array of 49 ionization chambers spaced at 
approximately 3 cm, A polystyrene staircase 
fiL;:er in conjunction with the matrix dosemeter 
is used to monitor electron beam energy in 
addition to the normally monitored parameters 
output, flatness and symmetry. The staircase 
filter is constructed as a series of 25 varying 
thicknesses of polystyrene each of which shadows 
a different pair of ionization chambers. The 
ionization readings are divided by the readings 
from an xmshielded exposure on a one-to-one basis 
to correct for field non-uniformity. Integration 
of the results yields a number which is 
independent of electron beam flatness or symmetry 
but directly proportional to mean beam energy* 
This tedinique can reliably detect energy shifts 
of less than 2% and is being used for nominal 
beam energies from 7 to 25 MeV. Data presented 
will demonstrate the software used and the 
precision and accuracy of the technique. 

(1) MARTEIiL et al Int J Rad One Biol Phys 12, 2 
pg 271, 1986 



MP13.32 

Photon Energy Spectra of X-ray Beams from 
Medical Electron Accelerators, E.J. Born, 
Dept. of Medical Radiation Physics, Inselspital, 
University of Berne, CH-3010 Berne, Switzerland 

The knowledge of photon energy spectra of X-ray 
beams from medical accelerators is essential for 
certain dose cacuJ'i'cion algorythms, for investi- 
gations of treatment machine head design, for the 
calculations of stopping power ratios etc.. 
A Monte C?rlo program using the EGSA code system 
has been developped, which allows the simulation of 
the radiaLion transport from the electron target 
through the treatment machine head to the patient 
surface, where particle charge, position, energy 
and angle, of incidence are sampled. Currently, 
photon beams hive been simulated from 8 to A5 MV 
produced by two different accelerators (SL75-20, 
Philips; Asklepitron A5, BBC). Energy, angular and 
spatial distributions of the photons were deter- 
mined and the electron contamination of the beams 
was evaluated. For comparison to experimental data 
depth dose curves were calculated resulting from 
the simulated photon spectra and from the electron 
contamination of the beam. Problems of treatment 
machine head design can be investigated e.g. by 
keeping track of the last interaction point for 
each photon arriving at the patient surface. Work 
is in progress to use tlie photon energy spectra as 
input to a convolution algorythm for photon beam 
dose calculations and to experimentally determine 
these spectra by detecting the Compton electrons 
with a magnetic spectrometer. 



MP13.33 

Production of Phot otieut ron s in a 
Lead Shield^by High Energy X-Rays, 
P. McGinley , K. Long and R. Kaplan, 
Emory CMnic, 1365 Clifton Road, 
Atlanta, GA 30322, USA 

Lead and other high Z metals are 
occasionally used in place of concrete to 
fabricate primary barriers for me Jical 
accelerators. In this work measur2ments 
of photoneutron levels behind lead shields 
irradiated with high energy x-ray (20 to 
45 MV) beams were Juade . Neutron fluence 
values of the order of 7 x 10^ n/cm^ per 
UTit absorbed dose (Gy) of x-rays 
delivered to the point where the beam 
enters the shield were observed behind 
the lead barrier. By measuring the change 
of neutron fluence as a function of the 
lead thickness it was found that the 
majority of the ph o t one u t ron s were 
produced in the first 2.5 cm of the shield. 
It was observed that when 7.6 cm of 
borated polyethylene was added to the 
front of the lead shield no reduction uf 
the neutron fluence behind the lead 
barrier was detected. Based on this work 
it was concluded that a radiological 
health hazard can be produced by the 
replacement of a concrete barrier with 
lead . 



MP13.34 

Incorporation of Emerging Technologies into the 
Design of a Radiation Oncology Facility: Problems 
Encountered, J.D. Bourland*, M.A. Vi*ria, G.W. 
Sherouse, P.E. Stancil, L.D. Stanley, E.L. Chaney, H.L. 
McMurry, J.E. Tepper. Radiation Oncology, University 
of North Carolina, Chapel Hill, NC 27599-7510. 

We have recently specified an academic radiation oncology 
facility which includes 3 megavoltage treatment rooms, a 
combined high dose rate remote afterloading and minor 
procedures suite, 2 hyperthermia rooms, an isotope storage 
room, a simulator, a CT room (used for simulation and 
treatment planning), and, in anticipation of a highly 
computerized department, an expansive infrastructure for 
data communications. Merging this collection of existing 
and emerging technologies imposed unique demands on the 
design team. Special problems included optimization of a 
floor plan comprised of multiple diagnostic and treatment 
functions and design and integration of a coherent, facility- 
wide data communications system. Considerable effort was 
required to effectively communica*^^ these varied 
requirements to the designers. We ibund careful pre- 
planning and early education of hospital plant engineering 
and the architectural firm to be essential. Our design 
philosophy, physical layout, data communications network, 
and practical suggestions for the physicist involved in the 
design of a treatment facility incorporating nc^ technologies 
v/ill be presented. 
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MP14.1 

A Comparison of R - and Rcq- Values with 
Measured Energy Spectra or Electron Beams 
from ^fedical Accelerators, L. Andre* and 
H. Neuenschwander, Dept. of Medical Radiation 
Physics, Inselspital, University of Berne, 
CH-3010 Berne, Switzerland 

The most probable enerj.y E ^ and the mean energy 
E at surface are parameters of the energy spectra 
of medical accelerators. In clinical routine these 
parameters are evaluated using R^q- and R - values 
from depth dose curves or depth-ionisation curves. 
We have measured the depth dose curves for all 
energies of the linear accelerator SL75-20 
(Philips) as well as the depth dose and the depth- 
ionisation curves for all energies of the betatron 
Asklepitron ^5 (BBC). The energy spectra are given 
by an integration over all angles of the electrons 
fluence in the beam. We have measured these energy 
spectra with a magnetic spectrometer. The rela- 
tionship between electron energy and field strength 
B in the homogeneous part of the magnet include, 
beyond universal constants, only the product R * B 
(R is the virtual radius of t..3 trajectory). As 
long as the measurement of the magnetic field is 
linear we can use for all energies a constant for 
the virtual radius multiplied by the absolute 
calibration factor of the field measurement for the 
evaluation of the electron energy. 



MP14.2 

The Influence of beam parameters on percentage 
depth dose In electron arc therapy. M. Pla. C. Pla *, and 
E.B. Podgorsak, Department of Radiation Oncology, McGill 
University, Montreal, Canada. 

Rotational or arc electron beam therapy is the modality of choice In 
treatment of certain large superficial tumor volumas which follow 
curved surfaces. For a given treatment geometry an angle p can be 
defined which is uniquely determined by the two treatment 
parameters: the depth of Isocenter d| and field width w. The 
characteristic angle p is aiways smallerthan the treatment arc angle. 
We found experimentally that electron beams with combinations of 
dj and w, which give the same characteristic angle p, actually exhibit 
very similar radial percentage depth dose characteristics even 
though they may differ considerably in individual d; and w. 
Moreover, the^'e Is a gradual change in the properties of radial 
percentage depth dose curves with an increase in angle p. For 
example, for a very small p the percentage depth dose distribution 
of the rolational beam is similar to that of the stationary beam; with an 
increase In p. however, the depth of dose maximum moves towards 
the surface. I.e., the beam becomes less penetrating, and the 
surface dose increases. 

We will discuss the dependence of the rotational or arc electron 
beam percentage depth doses on the characteristic angle p and 
show that the p concept can be used in clinical situations to predict 
the shape of the percentage depth dose curve when w and d: are 
l<nown, or more Importantly, it can be used to determine the 
appropriate w when d, and the desired percentage depth dosft 
characteristics are known. 



MP14.3 

TE S'**ntillation Detector for 
High-Energy Photon and Electron 
Beam Dosimetry, A.S. Beddar*, 
P. D* Higgins and C.H. Sibata 

A minimally perturbing Tissue-Equivalent Scintil- 
lation detector has been developed for high-energy 
beam dosimetry. The detector is composed of a 
miniature plastic scintillator probe (l.£* mm di- 
ameter and 3 mm long) connected to a radiation-re- 
sistant fiber optic bundle optically coupled to a 
10 mm photomultiplier tube in series with a current 
or charge integrating instrument. The collected 
current or charge is directly proportional to the 
dose that would be deposited in the surrounding 
tissue. Noise levels associated with the radiation 
response of the selected optical fibers was min- 
imal compared with the response of the scintillator. 
Radiation damage was found to be negligible and 
recovery rapid. The reproducibility of the de- 
tector for Co-60 was found to be better than 0.2% 
and its response to be dose-rate independent. The 
comparison of ionization chamber and scintillation 
detector measurements for photon and electron ber^ms 
were in good agreement. Furthermore, the physical 
dimensions of t;his tietector offer a high spatial 
resolution, especially when operating in the build- 
up or penumbra region. 



MPl/t.4 

Dosimetric Properties of an lORT 
Applicator System (SOFTDOC) for the 
Mevatron-80 Accelerator, C.E. Nelson* 
S.M. Rakfal, R. Cooke, ECU School of 
Medicine, Greenville, North Carolina. 



A custom system for intraoperative electron 
radiation has been designed that does not 
require physical 'docking' between the patient 
arxd the accelerawCi gantry structure . The 
system uses clear plexiglas for most key 
components and two accelerator mounted laser 
beams for coaxial alignment of the patient-cone 
axis with the accelerator beam axis . This 
provides both excellent target visualization and 
patient-accelerator alignment. A dosimetric 
study of thg sensitivity of this system to 
slight (1-2 ) non-coaxial alignment and non- 
standard SSD between the patient - fixed elec- 
tron cone and the accelerator-fixed electron 
collimator has been completed for a variety of 
electron beam energies , primary collimator 
settings, and patient-fixed cones. 
The results indicate that within clinically 
acceptable dose variations (+ 10%), this system 
provides dose distributions which are comparable 
to fixed docking systems with substantial 
improvements in clinical set-up time and vastly 
improved target visualization. 
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MP14.5 

On the Reliability of In Vivo 
Electron Dosimetry with Semiconductor 
Detectors, E .Vartiainen , T . Lahtinen* , 
A . Vaan anen , H . Puurunen , Uni ver s i ty 
Central Hospital and University of 
Kuopio, SP-70210 Kuopio, Finland. 

Direct measurements of entrance dose from 
clinical electron beams were tested. The 
detectors were conunercially available 
semiconductor diodes for photon and 
electron beams. As compared with the 
reference geometry the response of some 
detectors was highly dependent on the 
direction of irradiation. Futhenaore the 
detectors had a complicated field size 
dependence. The highest deviations were 
found for very small and very large field 
sizes. For non-standard SSD, the inverse 
square law correction does not hold for 
tested diodes. The SSD correction factors 
were different for various detector types 
and for scattered and scanned electron 
beams. The study suggests that accurate 
in vivo semiconductor dosimetry with 
electron beams is not possible at presient 
without many correction factors. 



MP14.6 

Parameterization of Total Skin Electron 
Beams. J.C. Dennett*, L. Antonuk, and 
R.K. Ten Haken, University of Michigan 
Medical Center, Ann Arbor, MI A8109. 

The calibration of a total skin electron beam 
(TSEB) for a linear accelerator located in a 
large treatment room (up to 6 m SSD for TSEB 
treatments) and equipped with a high dose rate 
option for 6 MeV electrons ("100 cGy/min at "A. 5 m 
SAD) has recently been completed according to the 
spirit of the proposed AAPM TG-30 protocol. This 
set of conditions coupled with the use of a 2.2 m 
long linear scanner allowed the measurement of 
TSEB treatment parameters under a variety of 
conditions using ionization chambers, films and 
TLB's. The changes in b&am uniformity in air, 
skin dose uniformity on phantom, doserate at 
d-max in phantom, depth of BOX, 50% and lOX dose, 
and level of x-ray background were parameterized 
as a function of SSD for combinations of 6 dual 
(up plus down) or single (normal incidence) 
f?elds both with and without the inclusion of a 1 
cm thick lucite diffuser in front of the patient 
treat»^ent plane. Ultimately, two beams were 
selected for clinical use (one with and one 
without diffuser for shallow and deeper 
penetration). A summary of the measurements, a 
parameterization of the results, and the process 
used to select and clinically implement those 
beams will be presented. 



MP14.7 

^Jativn Outnut Factnrr> of IrrfioularJv Shaofxl 
Electron fields, Br3.an J. McParland, nivi5?ion of 
T^diation T^hvsics, C.C.A.B.C. , ^^ictorla, Canada 

•Hie dose output of an electron boan is hi.qhl" 
dependent uoon the CDlljnation fj^'stm dcsion, the 
bean energv and field dajnansions. For irrocnilarlv 
shaded fields, the output is also a function of 
the snatial variation in f luence ca\isod thn 
shielding and of tiie deoree to which 3atpra] 
electronic emiilibriiin is nresent the central 
axis. A TOthod of calculating t^ie relative ontnni: 
factor of an irrerru>r electron field hai boen 
'^eveloned and is T/^resented. Ihis relative outnut 
factor is derived a<; the nrodxict ot a v/einhtin^ 
factor (calculated fron a discrote noncil bean 
model) and the hno^Jn relative outnut factor o^ tJio 
regular field fron vMdi t-he irreqular field is 
formed. The rf*sults of ci^lculations are nresent^ 
and are ocrmared to data measure for a vnriet^^ of 
irregular fields at various bean energies. 



MP14.8 

Electron beam dosimetry measurements on 
the Philips SL-25, Jatinder R. Palta*, 
K. Ayyangar, and N. Suntharalingam , 
Department of Radialion Therapy and 
Nuclear Medicine, Tnomas Jefferson 
University Hospital, Philadelphia, 
PA 19107 

Clinically useful uniform electron beams are 
generated on the Philips SL-25 using optimal 
settings of the primary collimators, a dual 
scattering foil system and new design 
applicators. The open-sided applicators are 
intended to properly collimate the beam while 
the second scattering foil serves as a 
flatteninp; filter thus not requiring any wall 
scatter. A comprehensive set of electron 
dosimetry measurements for the nine available 
electron energies (A-22 MeV) for different 
size applicators was made. These measurements 
include the percentage depth dose, surface 
dose, isodose curves, field size dependence of 
machine output at the nominal SSD, output at 
extended distances, cerrobend shielding 
effects on depth dose, and leakage radiation 
from the electron applicators. The impact of 
this type of applicator design on irregularly 
shaped electron fields is described along with 
measurement data* 
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MP14»9 

Isodose Shift Factors for Obliquely 
Incident Electron Beams, K. Ulin*, and 
E.S. Sternick, Tufts-New England Medical 
Center, Boston, HA 02111 

It is well known that when electron beams are 
incident obliquely on the surface of a phantom, 
the depth dose curve measured normal to the 
surface is shifted toward the surface. Based on 
geometrical arguments alone, the depth of the 
nth isodose line for an electron beam incident 
at an angle 9 should be equal to the product of 
cos e and the depth of the nth isodose line at 
normal incidence. This method, however, can 
cause significant errors in isodose placement 
for beams at large angles of incidence. 
A table of isodose shift factors has been 
developed from which one may easily calculate 
the depth of any isodose line for beams at 
incident angles of 0^ to 60*. The isodose shift 
factors are tabulated in terms of beam energy 
(6 HeV - 22 HeV) and isodose line (10;i: - 90;!^) 
and are shown to be relatively independent of 
beam size and incident angle for angles less 
than 60**. Extensive measurements have been made 
in a polystyrene phantom with a Capintec PS-033 
parallel plate chamber. The dependence of the 
chamber response on the incident angle of the 
electron beam has been checked, and the scaling 
factor of the polystyrene phantom has been 
determined to be equal to 1.00. 



MP15.2 

A Convolution HethoJ for Brachytherapy Dose 
C omputation In Heterogeneous Geometries, 
J.F. Williamson' and R,S. Baker Dept, of Rad> 
Oncology, Univ. of Arizona, Tucson, AZ 85724. 

Currently-available brachytherapy dose computation 
algorithms Ignore heterogeneities such as tissue- 
air Interfaces, shielded gynecological colpostats, 
and tissue-composition variations in ^zsj implants 
despite dose computation errors as large as 40%. 
To calculate dose in the presence of tissue and 
applicator heterogeneities, we have developed a 
computer code that describes scatter dose as a 3-D 
spatial integral which convolves primary photon 
fluence with a dose-spread array. The dose-spread 
array describes the distribution of dose due to 
multiple scattering about a single primary 
Interaction site and is precomputed by our Monte 
Carlo code. To correct for heterogeneities, the 
primay fluence at each volume element is adjusted 
for heterogeneities traversed by the primary 
photons, the dose-spread array is renormalized to 
reflect the density and composition of the 
element, and the distance to the point of interest 
is scale « by the pathlength of the int' rvening 
medium. Convolution calculations for ^'^Sj 
»37cs point sources in the presence of finite 
phantoms, air voids and high-density regions have 
been compared to the corresponding Monte Carlo 
calculations. Our results show excellent 
agreement with the Monte Carlo calculations and a 
gain in efficiency of 50* 



MPlS.l 

Dose Distribution Patterns of some Afterloading Devices. 
H.-K. Leetz*and G. Wlesen, Institut fur Radlologische 
Physik der UniversltStskUniken im uandeskranker^aus, 
D-6650 Homburg, FRG. 



For measuremsnts of dose distribution patterns around the 
applicators of afterloading systems a very precise detector 
support for up to 36 TL-Doslmeters (Harshaw TLD 100 rods) was 
constructed. The TL-doslmeters are placed in thin polyethylen 
tubes which are circularly or helically arranged. Fitting'^ for 
the after loading catheter are also provided, allowing mea- 
surements in planes perpendicular and parallel to the appli- 
cator axis. 

Dose distribution patterns of some commercially available af- 
terloading systems whith 137-Cs and 192-Ir sources were wa- 
sured in air and in water. The experimental results are dis- 
cussed in order to establish a relation between dose pattern, 
structure of applicator, structure of source and arrangement 
of sources and spacers. By comparison of dose in air and dose 
in water build-op factors were evaluated. 
Based on the experimental results modifications of a voxel- 
oriented dose calculation model were studied in order to in- 
corporate a suitable correction method. As a first approach 
the applicator structure, source structure and source spacer 
arrangement was transformed into the voxel-array- Physical 
properties and geometrical aspects are taken into account 
by an appropriate modification of the radiological path length 
which then can be applied to the primary corrponent of ra- 
diation. 

Results of dose measure.Aent and dose cof^utatlon are demon- 
strated and discussed. 



MP15.3 

A Dose Computauion Model for Am-24I 
Vaginal Applicators Includlnj; Source- 
to -Source Shielding Effects . Chang 
H. Pack, Ravinder Nath* and Christopher 
King, Yale University School of Medicine, 
Dept. of Therapeucic Radiology, 333 
Cedar St., New Haven, CT, 06510, U.S.A. 

Recently, vaginal applicatoi-s containing 
encapsulated sources of Ara-24l have been 
developed for intracavitary irradiation of 
gynecological cancers (1). A vaginal applicator 
may contain up to six sources, each sourco having 
an activity of 2, 5 or 8 Ci . Since Ara-241 
sources theraselves present a significant amount 
of shielding, radiation from one source is 
shielded by the others. A dose computation model 
for the determination of dose distributions 
around these vaginal applicators has been 
developed and tested by comparing the model with 
dose measurements using LIF TLD in a solid water 
phantom. The dose computation model takes into 
account self -shielding and source-to-source 
shlelcing effects on both primary and scattered 
photons. This model has been incorporated into 
the Theraplan treatment planning system. 

(1) R. Nath, R. Peschel, C. Park and J. Fischer, 
Int. J. Radiat. Qncol. Biol ., 1988, in press. 
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KP15.4 

Dose Homogeneity in Multiplanar Implants 
in the Manchester, Quimby and Paris 
systems. J. • Paul^, R« F. Koch, 
P. C* Philip and R- Khan. NWCH, 
800 W Central/ Arlington Heights, II 
60005 

Idealized volume implants consisting of three 
parallel planes have been analysed for dose 
homogeneity and overall quality for the 
Manchester, Quimby and Paris systems for a set 
of given targets using all the applicable rules 
of source distribution of each system, since 
there are iO rigid rules for source plane 
spacing in the Manchester and Quimby systems, 
except those conventionally followed, optimal 
spacing had to be determined first before 
comparing them with the Paris system of implants. 
The parameters calculated for comparison are 
treatment volume, total activity, integral dose 
expressed in terms of uniformity index, integral 
volume that receives a dose rate more than twice 
the stated value, which have a bearing on the 
quality of any implant. These values indicate 
that the Paris system of implants is as good as 
other systems and generally has an improved value 
of uniformity index, a parameter that quantifies 
the quality of interstitial implants. 



MP15.5 

A Brachytherapy Programme to Sort the 

Seed Strands in an Ir'-192 Implant, P.Biggs, 

M&ss. Genl. Hosp. Boston, Ma USA 

Recent trends in brachytherapy suggest Khat 
differential seed loading techniques, either by 
changing the activity of different seed strands 
or their duration in the implant arc becoming 
increasingly important. Although many computer 
programroes exist that determine seed locations 
based on random seed entry, none of them sort 
out the individual strands, as encountered, for 
example, in the case of Ir-192 implants. The 
present programme uses an algorithm based on 
the interseed separation and the angle between 
three successive seeds to identify individual 
strands from the total list of seeds, thus 
permitting individual weighting of these 
strands . This programme has been successfully 
tested on a series of implants containing from 
32 to 142 seeds and varying in complexity. The 
results show that for plane parallel implants, 
the interseed spacing is found to be 0.8-1. 1cm 
for a nominal 1cm spacing and 96% of the 
measured angles are >170* and all are >160*. 
For implants where the strands are considerably 
more curved, while the interseed spacing 
remains the same, only 47% of the angles are 
>170* and 93% >160*. Moreover, based on these 
tests, several checks have been incorporated 
into the algorithm to prevent misidentif ication 
of seeds in the wrong strand. 



MP15.6 

T he Calibration of Sr-90 Beta Fye 
Applicators with Radiochromic 
F<adiation Detectors, J>A. Sayeg*and 
TR.C. Gregory f Department of 
Radiation Medicine/Health Radiation 
Sciences, University of Kentucky, 
Lexington, Kentucky, 40536. 

A radiochromic material which is a 
solid state solution of 
hexahydroxyethyl pararosanaline nitrile 
in a nylon polymer [i.e., thin foill, 
has been used to determine the surface 
dose rate and dose distribution of 
Sr-90 eye applicators. The detectors 
are rugged, easily handled, have an 
equivalent response to photons and 
electrons, and produce high resolution 
vmages . They have been found useful 
for this application due to the high 
surface dose rates [10-100 rads 
H20/second] and their low sensitivity 
[approximately 10^ rads for an optical 
density of 1.0]. The foils have been 
evaluated on a He-Ne scanning laser 
densitometer with a resolution of 0.3 
micron. Comparison with NBS 
extrapolation ionization chamber 
measurements indicated surface dose 
rate agreement to within 5%. The 
dosimetric properties and clinical use 
of these sources will be discus<?<2d. 



MP15.7 

3-D Correlation of CT Eye Anatomy with 
125-1 Plaque Dose Distributions Using 
Scleral Markers. R.K. Ten Haken*, D.L. 
HcShan, A.K. Vine and A.S. Lichter, 
Univ. of Michigan, Ann Arbor, MI 48109. 

Using our custom-designed, thin, heavy-alloy 
plaques, individual 125-1 seeds may be localized 
on plane radiographs taken with those plaques in 
place. Previous attempts to correlate dose 
distributions computed from those films with eye 
anatomy on CT scans (obtained without the plaque 
due to artifacts) were made by immobilizing the 
patient and aligning boney landmarks on the films 
with matching ones on digitally reconstructed 
radiographs from the CT dataset. That technique 
has been greatly improved by suturing 4-6 small 
(1-1.5 mm) barium spheres to the scleral surface 
of the eye prior to CT. Plaque placement and 
film localization follow. Dose distributions 
from the films are now correlated with CT anatomy 
by minimizing differences in the relative 
coordinates of those markers as they appear 
between datasets. A RMS deviation of 1.1 mm in 
position (5.5^ in dose) for 32 markers used in 7 
patients has been achieved to date. In contrast, 
doses calculated to the optic nerve and ceiitei of 
the le.is using this method differ on the average 
by 10-60X and 5-40%, respectively, from those 
computed using a standard 22 mm eye model; 
pointing out the importance of more accuiate 
planning for these treatments. 
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MP15.8 

Improvements in Directional Iodine-125 
Plaques in the Treatment of Tumours of 
the Eye, D Shackleton*, R Sealy, 
C Stannard, J Hill, E Hering, J Korrubel, 
Depts of Medical Physics, Radiotherapy 
and Ophthalmology, Groote Schuur Hospital 
and University of Cape Town, Observatory 
7925, RSA 

Gold foil backed iodine-125 plaques have 
been used by us for 13 years to treat 
intra-ocular malignant melanoma and 
retinoblastoma. Several improvements 
now enhance this technique. A scribed 
globe permits geometrical details to be 
readily determined in spherical coordi- 
nates. The plaques now extend to a 
reference line 5mm from the limbus, 
increasing positioning accuracy and 
reducing time in theatre and radiation 
exposure to staff. Angled gold foil 
edges permit tailoring of the radiation 
field to the lesion, allowing a tumouri 
cidal dose to be delivered within imm 
of the optic nerve while sparing that 
structure. Gold foil ridges effectively 
focus the radiation onto the target. 
These improvements lead to better geo- 
metrical precision than photon or 
electron or proton external beam therapy 
appear to offer. 



MP15,9 

Dosimetry Analyses of 1-125 Plaque 
Using Film Dosimetry, Andrew Wu and 
Frank Krcsin, Tufts-New England Medical 
Center, Boston, MA, USA 

Nationwide studi'is of using an episcleral 
plaque containing 1-125 radioactive seeds 
for trev'itment of choroidal melanoma have 
been unde.^gone for two years now. However, 
comprehensive dosimetry studies are 
scarce and controversial. Since the 
changes of energy spectrum of 1-125 in 
tissue are negligible, film dosimetry 
seems to be a logical choice, especially 
f ot high spatial resolution. In this 
paper, we first established an H&D curve 
with doses expressed in a unit of 
specific dose rate constant. This avoids 
absolute dose measurements. All film 
measurements are made and normalized to 
the density of dose exposed with 1 mCi at 
1 cm. The isodose rate distribution of 
1-125 seed (model 67x1) plaque with and 
without gold shield are compared and 
discussed. A.* so, the effects on dose 
distributions due to the presence of gold 
shield along the central axis or around 
the lip of the plaque are presented. 



MP1j6.1 

Neuromagnetic Studies of Evoked Pain, J. Joseph*, 
R.T. Vakai, E. Hovland, M. Backonja, C. Cleeland 
and J.R. Cameron, University of Wisconsin, 
Madison, Wisconsin. 



We have measured evoked neuromagnetic fields and 
electric potentials using painful electrical 
stimulation of tooth pulp and intracutaneous 
tissue. Tooth pulp stimulation is ideal for 
these studies because it is predominantly inner- 
vated by pain fibers. In contrast, intracuta- 
neous stimulation excites a mixture of sensory 
and nociceptive nerve fibers which results in a 
more complex subjective sensation. The strongest 
components of the evoked response occurs at 
latencies of 150 and 250 msec. These signals are 
used to provide an objective measure of pain 
sensation under various experimental conditions. 



MP16.2 

CARDIAC POTENTIAL AND MAGNETIC MAPS OF 
VT- PATIENTS, R. Merrltt, G. Stroink , 
M. J. Gardner and B.M. Horacek, 
Dalhou^le University. Halifax, Canada, 
B3H-3J5. 



High resolution body surface potential 
maps (bSPM) and magnetic field maps 
(MFM) have been obtained of \H patients 
with ventricular tachycardia (VT). The 
potential maps are constructed from 117 
leads distributed over the body surface 
and sampled s 1 multaneou.sly . The MpM ar** 
obtained by sequentially measuring the 
magnetic field at 56 points on a cm 
grid in a plane parallel to and Just 
above the anterior surface. The 
measurements are obtained in a shielded 
room . 

Inspection of the bi- directional 
filtered Frank leads reveal late 
potentials In 10 of th«? \H pa-ient-s. The 
BSPM and MFM, plotted each 2 ms near 
the time instances that the late 
potentials occur, were analysed using, 
single current-dlpole , Inverse 
Solutions. The succes of this analysis 
will be discussed In terms of the 
location of such dlpole and the S/N 
ratio in the two sets of measurements. 

S2 
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MP16.3 

MOVING SINGLE DIPOLE FIT TO MCG AND BSP 
MAPS USING A HOMOGENOUS TORSO MODEL, C. 
Purcell, G. Stroink , B.M. rioracek and 
T.J. Montague, Dalhousie University, 
Halifax, Canada, B3H-3J5. 



We have measured the 117 lead Body 
Surface Potential Maps (BSPM*s) an 
lead Magnetocardiographic (MCG) ma 
a group of 10 normal male subjects 
age 55 y.) and 15 subjects (mean a 
y.) recorded on average 77 days 
following their first documented 
myocardial infarction (MI). The BS 
MCG maps, plotted « 10 ms apart du 
the T wave interval, were analysed 
an inverse solution for a single c 
dipole that uses a homogeneous tor 
model with a realistic outer bound 
We found that, using this model, 9 
the data content of the first 80? 
T wave magnetic maps and 98? of th 
content of the electric maps durin 
interval can be attributed to a si 
dipole. A classification of abnorm 
in the results of the BSPM data of 
MI*s in terms of the values for di 
components and location are in agr 
with the diagnosis based on the 12 
ECG. The analysis of the MCG maps 
classified 9 of the 15 MI patients 
abnormal . 



d 56 
ps of 
(mean 
e 57 



PM and 
ring 

with 
urrent 
so 
ary . 
3? of 
of the 
f a 
^ .tiis 
ngle 
ality 

the 
pole 
eement 
lead 

as 



MP16.4 

Measurement of the Magnetic Fields produced 
by the ON-OFF Response of the Huma»i Retina, 
Y . Uc h ikawa , A . Adach 1 , T . Hase gaw^, N . Okuyama , 
and M.Kotani, Tokyo Denki University, Hatoyama, 
Saitama 350-03 Japan. 



The MRGs have been measured in a nonmagnetically 
shielded room with a SQUID connected to a second 
order gradiometer with a baseline of 3.2 cm and 
a coil of 2.48 cm diameter. To induce the magne- 
tic fields from the retina we used two kinds of 
light stimulations. One is bv a flash(white light) 
and the other is by the red light of LED transmi- 
tted to the eye through optical fibers. The magn- 
etic recordings were averaged with more than 100 
samples. 

It was found as followings; the amplitude between 
the a-wave and the b-wave was the range of 200 to 
300 fT. The a-wave of the MRG did not observe as 
seen in the ERG when the intensity of the light 
was decreased. Especially we will present the 
magnetic recordings produced by the OFF response 
of the human retina which is the first measurement. 
The fesabllity to analysis for transient response 
of the retina was confirmed by introducing this 
ntw approach of noninvasive biomagnetic measureme- 
nt. 



MP16.5 

SQUID'based Magnetic Sensor cooled by 
a Refrigeratory SJ. Williamson*, D.S. 
Buchanan, D. Paulson, and G. Klemic, 
Department of Physics, New York Univer- 
sity, New York, NY, 10003, and Biomag- 
netic Technologies, Inc., San Diego, CA, 
92121. 

Neuromagnetic measurements relying on the SQUID sen- 
sor have up to now required liquid helium for cooling. To 
avoid this and gain flexibility in operation, a sensor incor- 
porating a dc-SQUID and second-order gradiometer has 
been developed that is cooled by a two-stage refrigerator in 
the dewar, coupled by flexible lines to an external compres- 
sor. A Giffcrd-McMahon cycle provides a stage at 15 K, 
and a Joule-Thonison expansion chamber supported from 
this sustains a teniperature of about 4 K for the SQUID and 
gradiometer. The sensor's white noise level is about 20 
if/Hz , and residual noise introduced by the Gifford- 
McMahon dispkcer is virtually eliminated by real-time 
computer filtering. In application the dewar containing the 
sensor can be pointed in any direction, including upside 
down, and the intrinsic noise level is insensitive to orienta- 
tion. A pair of such "CryoSQUIDs" has been installed in a 
magnetically shielded room, independently mounted so that 
they can monitor activity in widely separated areas of a 
subject's bi jn. Their performance used in conjunction 
with a conventional 5-sensor system will be described. 



MP16.6 

High-Resolution SQUID Magnetometers for Biomagnetic 
StuUies, John P. Wikswo, Jr., Vanderbilt Univer- 
sity, Nashville, TN 37235 USA 

if. studies of the human magnetocardiogram and 
magnetoencephalogram, the separation between the 
bioelectric source and the SQUID pickup coils is 
deoermined by both the thickness of the intervening 
bone and soft tissues, and by the distance between 
the pickup coils and the outside of the Dewar 
containing the SQUir. Tradeoffs between signal-to- 
noise ratio and resolution are optimized when the 
coil diameter is approximately equal to the coil- 
source separation, typically 1 to 2 cm. While 
this size of instrument may allow localization of 
effective dipole sources in the cortex to within 1- 
2 mm, detailed mapping of the sources is precluded 
by the severe low- pass spatial filtering from the 
1-2 cm source-coil spacing and coll diameter. 
Intervening bone and tissue can be removed for 
experiments on in vivo and in vitro animal prepara- 
tions, so that reducing the coil-Dewar spacing is 
paramount for high-resolution mapping of citrrent 
^,-»urce3. We present a design study and progress 
report on SQUID systems with 3 mm diameter pickup 
coils, 1-2 mm coil-sample spacing, and a potential 
sensitivity of 50 fT/vUz. The decreased spacing 
may lead to an order of magnitude increase in 
signal-to-noise ratio for highly- localized sources. 
Such instruments should be able to detect as-yet- 
uno>^served current distributions associated with 
dilx'erences between the intracellular and extracel- 
lular anisotropies of cardiac muscle. 
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MP16.7 

Two-dioenslonal Inverse Problems in Bionagnetism, 
B.J. Roth, $. Tan and J.P, Wikswo, Jr.*, Vanderbilt 
University, Nashville, TN 37235 
There io a scant but growing literature applying 
Fourier transform techniques to the biomagnetic 
inverse problem. We have solved the inverse 
problem analytically for a two-dimensional current 
distribution. If the normal component of the 
magnetic field, B2(x,y), is measured over a plane 
at a height z above a two-d'imensional current 
density distribu^ion, J(x,y), then from thr law of 
Biot and Savart J can be related uniquely to 82 by 
expressing both as functions of the spatial 
frequencies, kx and ky. The filter fui.ction 
relating BzCkx.ky) and J(kv .ky) is proportional lu 
the function, exp(-/kx^+ky^ z). Thus, the magnetic 
field provides a low-pass filtered version of the 
current distribution, with the amount of filtering 
depending on the distance z. Other field compon- 
ents, different gradioraeter configurations, and the 
effects of finite pickup coil size can be included 
analytically. We use fast Fourier transform (FFT) 
algorithms to transform the magnetic field into the 
spatial frequency domain, filter the data with the 
appropriate function, and use the inverse FFT to 
obtain the current density distribution. The 
filter that represents the solution to the inverse 
problem is unique, but the stability of the results 
depend upon geometric parameters and the signal-to- 
noise ratio. The extension of this approach to 2-D 
and 3-D bidomain systems and to 3-D mono-domain 
systems may encounter non-uniqueness. 



MP17.2 

Application of Magnetic Resonance 
Spectroscopy to Study Preservation of 
the Heart for Transplantation 
G. V. Forester. 0. Z. Roy*, K. Butler, 
R. Deslauriers, and I. Smith, 
National Research Council of Canada, 
Ottawa, Ontario, Canada KIA 0R6. 

A correct immunological match is an important 
consideration in the use of the donor hearts for 
cardiac transplantation. A match may be found 
that cannot be used when the time to remove, 
transport and implant the heart falls outside the 
preservation window of 4-5 hours. have 
developed an isolated perfused pig heart model that 
can be placed in the horizontal bore of a 4.7 tesla 
Bruker magnet with Medspec spectrometer, 31p 
spectroscopy has allowed us to follow high energy 
phosphate metabolism and intracellular pH as hearts 
are stored for 5 hours at 5*C and 12*C. We follow 
the recovery of the hearts with reperfusio.i at P?*C 
while measuring the metabolic and mechanic*! heart 
correlates. This allows us to determine optimal 
conditions for preservation and recovery of donor 
hearts, and will lead to a wider geographical 
harvest of suitable donor heans. 



MP17.1 

Use of Magnetic Resonance Spectroscopy 
(MRS) to Assess Metabolic Effects of 
Therapeutic Ultrasound on the Heart* 
0. Z. Roy*, G. V. Forester, and R. Buist, 
National Research Council of Canada, 
Ottawa, Ontario, Canada KIA 0R6. 

We have established that therapeutic ultrasound 
applied to acutely ischemic myocardium in the 
reperfusion stage increased recovery. We used 
'^■^P MRS to measure high energy phosphate 
compound reserves and intracellular pH while 
monitoring the mechanical response of Langendorf 
perfused working rat heart preparations. In 
non-protected hearts arrested for 60 minutes, 
ultrasound applied during reperfusion enhanced 
recovery. with cardioplegic arrest, hearts also 
recovered completely after 60 minutes of arrest 
with and without ultrasound, but only ultrasound 
improved recovery with cardioplegic arrested 
hearts at 85 minutes and 105 minutes. By 155 
minutes of arrest, application of ultrasound 
produced no improvement in recovery. MRS 
metabolic profile indicates that recovery is 
preceded by an overshoot in the Phosphocreatine 
concentration; without the overshoot the heart 
does not recover. The intracellular pH returns to 
normal whether or not the heart recovers 
contractile function. These data are important 
in elucidating the effects of ultrasound in cardiac 
improvement and in helping to determine optimum 
conditions for reperfusion of the ischemic 
myocardium encountered in the clinical situation. 



MP17.3 

H NMR Characterization of Human Blood Plasma. 
Ann E. Wright, University of Texas Mediciil 
Branch, Galveston, Texas 77550. 

N>IR characterization of human blood plasma is of 
great interest because of recent evidence that oc- 
cult cancers may be detected by ^fR measurement of 
the spectral peak width of lipoproteins (1). At 
this Institution we have used a JEOL 270 MHz spec- 
trometer to perform spectral analyses of plasma 
samples from both normal subjects and cancer 
patients using a Hahn spin-echo technique. After 
a TE of 80 msec, a long T2 component not normally 
present was discovered in sanples from the cancer 
patients. High performance liquid chromatography 
(HPLC) is being used to analyze the spectral peak 
contolnlng the long T2 moiety. HPLC has been 
!ihown useful for analysis of molecular species of 
phospholipids and promises to provide particularly 
novel information with respect to changes in molec- 
ular composlLlon brought about by pathologic con- 
ditions (2). Isolated Intact molecules fluted from 
the HPLC column are vacuum dried, res. ..isnded in 
deuterium and reanalyzed on the l^fR spectrometer. 
Preliminary evidence indicates the long T2 peak 
arises from a molecular species most abundant in 
plasma chylomicrons. 



1. New Eng J of Med (1986) V.315, 22:1369-1376. 

2. J Lipid Res (1986) V. 27:131-139. 

(Note: The NMR spectrometer was purchased with 
funds donated by the M.D. Anderson Foundation.) 
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MP17.4 

Early post mortem dhanges of ^H-WR- 
relaxaticMi times in mouse liver necrc^ies 

E. Moser* , H. Echsel and J, Schuster 
Institut fiir Medizinisdie Physik and 
^ iJtitut fiir allgemeine and experimpntelle 
Pathologie, Universitat Wien, A-1C Wien, 
AUSTRIA 

Systematic investigations of IH-NMR relaxation 
times in mouse liver, depending on tenperature 
and time-after -excision r have been done to be 
able to control storage and measurement condi- 
tions^ Measurements have been performed with a 
BROKER pc20 spectrometer • Data were fitted using 
a mono- and biexponental model for relaxation 
times. Extensive test measurements as well as 
cotputer simnnulations have been undertaken to 
check the validity of our results. 

We found significant differences m normal mouse 
liver T- (depending on time-after-excision) due 
to sex and feeding status. Degenerative changes 
due to different glycogen content/decrease may 
responsible and time course of relaxatior. times 
(in vitro) could be used for diagnostic purpose, 

+ present address: Dept. Biochmistry and Bio- 
physics, School of ^Sediciner University of Penn- 
sylvania, Philadelphia PA 19104 



MP17.5 

THE ENIGMA OF REUXCMETTRY IN BIOLOGICAL SYSTEMS 
SYED FAROOQ AKBER*. Dept. of Biomedical Engineering, 
Worcester Polytechnic InsCiCuCe, Worcester, MA 

The present theories of proton magnetic resonance 
relaxation times fall short of explaining satisfac- 
torily the physi^<il and biological mechanism re- 
sponsible for the dissimilarities of relaxation 
behavior in normal and pathological tissues* 
An alternate approach to understand the mechanism 
is needed* 

It ii> well known that when water is degassed (dis- 
solved oxygen removed^ the relaxation time of water 
increases. The spm-lattice (Tl) relaxation time ot 
protons in water completely saturated with oxygen 
is 1*4 ± 0*1 sec, and in water completely free 
of oxygen is 3*6 ± 0.2 sec at one atmospheric 
pressure at 20®C (!)• This provides a clue that 
a similar process may take place in normal and 
pathological tissues, therefore it is hypothesized 
- lat the dissimilarities of relaxation behavior 
in normal and pathological tissues are most likely 
due to the concentration of paramagnetic molecular 
oxygen dissolved m cell-associated water (2,3)* 
T^ s paper will discuss the physical and biological 
m€_*ianism of oxygen availability and oxygen con- 
sumption and its influence on proton spin-lattice 
(Tl) relaxation times in normal and pathological 
tissues* 

1* G* Chiarotti et al*: Phys Rev 93:1241, 195^ 

2. S.F* Akber : Med Phys 14:910, 1987 

3. S.F* Akber : Nuklearmedizin 28:37, 1988 



MP17,6 

Detection of the Difference in Functions 
of Cerebral Hemispheres by Differential 
NMR, H.Kamei*rY*Katayama and H*yokoyama, 
Electrotechnical Laboratory, 1-1-4 Umezoro 
Tsukuba, Ibaraki 305, Japan* 

We developed a novel NMR technique to detect the 
difference in functions of human cerebral hemi- 
spheres. The method is based on the fact that the 
blood flow thro-!gh the brain tissues varies in- 
homogeneously according to their levels of m<»- 
tabolism and functional activity, and that tt€ 
inhomogeneous blood flow enhancement results in 
the changes of proton NMR signals gathered -om 
region-selectivo detectors locate'? at se •'^ >"al 
parts of the head surface. The experiments were 
made on a homemade whole-body MRI system. Percep- 
tion of music, response to taste anc? activation 
of visuo-sensory areas were examined on normal 
and right-handed volunteers* It was found that 
the left heipisphere played dominant roles in 
percep^.ion of mucical rhythms, and the right 
henisph5*re in the perception of melody. When a 
droplet of the extracted solution of red pepper 
as dropped on the left side of tongue, the right 
somato-sensory area (not taste-sensory) was acti- 
vated* Linear relationship v;as observed between 
logarithmic illumination intensity of light spot 
in the right visual field and the intensity of 
the signal from left visuo-sensorv. The r*- ults 
on time-resolved measurements will be reported* 



MP17.7 

T1/T2 Contrast in Fast MRI as a Function of Field 
Strength, S. Vinitski, R. Griffey**, B. Griffey**, 
J. Boone*, A. D'Amato, Thomas Jeffersoi* Univ. 
Hospital, Philadelphia, PA, **Univ, of New Mexico, 
Albuquerque, New Mexico. 

Many pathological changes are associated with 
increased water content \«hich prolongs T2 to a 
greater extent than Tl. Soft tissue Tl increases 
with magnetic field strength, suggesting that Tl 
contrast may diminish in h..gh field spin echo 
imaging. However, differences between T1/T2 
ratios of edematous lesions and normal tissue 
should incre-^se with the field strength. Using 
different solutions to the Block equations and 
taking into consideration differences in suscep- 
tibility of biological tissues, we calculated Tl, 
T2 and X1/T2 grey/vhite matter and grey matter/ 
edema contrast in both fast gradient refocusing 
(GRASS or FISP) and spin echo imaging. Cat and 
rabbit brains were then imaged in vivo at 1.5 and 
4.7 Tesl;>. Experimental results support the 
theoretical prediction that while grey matter/ 
edema contrast increases moderately wit'u field 
strength, the grey/white contrast in spin echo 
imaging; is maximum at 1-2 Tesla and then grad- 
ually 'leclines. On the contrary, both grey/white 
matter and grey matter/edema contrasts in gra- 
dient i^focusing imaging increases drastically 
with fie;*' strength. Thus, the ratio T1/T2 may 
becoLte a strsitive indicator of disease in high 
field fast imaging. 
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MP17.8 

NMR STUDIES IN BONE MARROW AND 
TISSUES/ A.Kennedy/G.N.S-Prasad* 
S.V.Baskaran# and A. V.Lakshmanan/ # 
Dept. of Physics/ Anna University 
Madras and # Cancer Institute/ 
Adyar/ Madras-25/ INDIA. 

The aim of this work was to evaluate the 
use of Nuclear Magnetic Resonance( NMR) for 
descriminating the normal bone marrow and 
tissues from the malignant marrow and 
tissues. The parameters TS (soin-lattice 
relaxation) and T2{spin«spin lalaxation) 
were measured for various bone marrows and 
tissues. There was a clear difference 
between Ti values for normal marrow and 
malignant narrow. There is no clear demar- 
creation between the values of T2 obtained 
for different marrows. However the T 1 
values for malignant marrow is consider- 
ably higher than that of the normal marrow 
In general the Ti values/ for all kinds of 
normal marrows, varies between 1000 to 
1600 m.sec and for malignant marrows the 
range varies from 1900 to 2500 m.sec at 
room temperature. The NMR parameters Tj^and 
T were measured for arious kinds of tis- 
sues also. The T^ values for normal 
tissues are lesser than that of malignant 
tissues. Thus NMR can be used as a diag- 
nostic tool in detecting the maligancy. 



MP17.9 

Is a Faraday shield ever useful in MRI coils? 

D. K. De*and P. R. Moran 

Ridiology Department 
The Bowmarv Gray School of Medicine, 
300 S. ':ftwthorne ?oad, Wins ton -Salem, NC 27103 



We calculate the relative MR coil 
dialectric-losses, Pc and Pf, respectively 
due to the Coulomb's -law electric -field 
contribution (electrostatic field) and to the 
Faraday's-law electric-field contribution 
(inductive field), within a conducting subject, 
inside an MRI coil. We show that Pc is 
insignificantly smaller than pf . This result 
quantitatively depends strongly upon the 
subject's dielectric constant and characteristic 
dimensions; and this therefore distinguishes MRI 
coil -behavior dramatically from the experience of 
small-sample MR spectroscopy. The relative effect 
of Pf cannot be eliminated by a slotted Faraday 
shield, since the relative strength of Bl must be 
maintained to keep optimum NMR sigrml sensitivity. 
Thus the real usefulness of a Faraday shield for 
MRI subjects cannot be to reduce subject/coil 
dissipation effects, e.g., MR thermal noise, and 
Faraday shields are otherwise highly questionable. 



MP17.10 

The Possible Discovery of a Reagent for 
Cancer Diagnosis by Urine NMR annlyse.s, 
Yong Jin Kim"'' , Departnient of Physics, 
Hanyang University and Central Lab., Samil 
Pharm. Co., Seoul, Korea. 

Urine NMR analyses show that the N M R signals cor- 
responding to four aromatic protons very distinctive- 
ly appear in normal and various diseased urine. How- 
ever the results of many repeated NMR experiments 
on the urine i., xcate that the proton signals are 
much more frequently observed in cancer urine. A rea- 
gent made by mixing a dissolved metal with the veil- 
known Millon indicator is used to identify them by 
observing the urine color reaction. Red precipitates 
caused by the reaction of the phenolic compound of 
tyrosine are formed in the urine. Like the NMR re- 
sults it is found that the urine reaction frequency 
is particularly higher in the cancer urine. Moreover 
from the reaction it is observed that the cancer 
urine is very sensitive to the reagent in comparison 
with other urine. 

An attempt is made to determine the reagent sensitiv- 
ity and specificity of the urine collected by a ran- 
dom sampling for a differential diagnosis between the 
cancer and non-cancer urine. The results of the at- 
tempt show that its sensitivity and specificity are 
at least above 75 



MP17.il 

Quantitation of regional bone metabolisio b? 
dynamic bone scintigraphy and its age-dependence 
of skull, S. Wada*, K* Hayama, K« Maeda, The Nippon 
Dental University, school of Dentistry at Hiigata, 
1'8 Hamaura-cho Niitaga city, Hiigata, Japan 

Bone scintigraphy with ^Tc-phosphate compound is said 
to be reflected bone mintral turnover, Therefore it is 
expected tiat quantitative parameter of regional bone 
metabolism can be measured by quantitation of bone scin- 
tigraphy. We mathematically analyzed time activity curve 
of dynamic bone scintigraphy, applying compartment model 
analyses ol tracer kinetics. Investigating to abiod the 
effect the main artery and soft tissue we made computer 
program which calculate the quantitative parameters 
fitting obtained solution with time activity curve of 
patient. 

The analysis was carryed out in every normal part of 
cranial and facial bones using inage data of patients 
who have been performed dynamic l^ne scintigraphy. (63 
men :84 women). 

With distinction of sex and location quantitative para- 
meters were statistically investigated with regression 
analysis. The age-ralated increase of a parameter was 
observed in cranial and part of f aci/>l bones in both 
sexes. And tho tendancy was more rem? ^ab^e in women of 
over 50 years old, j^uggesting covvesi lence to the post- 
menopausal bone change. 
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MP17.a2 

Use of Concentration Instead of Activity for 
Absorbed Ibse £stiaation# E«A. Silver stein*, A.N. 
Ziirraer, and S.M. Spies. Northwestern Memorial 
Hospital, Chicago, Illinois. 

Absorbed doses from radionuclides are usually 
calculated using ttie MIRD fonnalism. In the S 
value tomulation, the self-dose to an organ is 
expressed as a product of the cumulated activity 
and an S value, tabulated for the organ in 
question and the radioisotope used. In this worK 
the advantages of using the cumulated concentra- 
tion instead of the cumulated activity are 
presented. Ihe absorbed dose is then expressed as 
a product of the concentration and a factut mS, 
where m is the "standard man" mass of the organ. 
It is shown here that mS varies only slightly for 
different organs and radioisotopes, being 
essentially constant as expected for pure beta 
emitters. By use of the concentration approach it 
is tlien possible to estimate doses for organs of 
unknown size and for activity-containing regions 
of non-standard shape. The use of chese 
techniques can give more accurate dose estimates, 
especially in conjunction with quantitative SPECr 
which is well suited to measuring values of 
concentration. 



MP17.13 

A General Theory for the Transport and Exch- 
ange of Inert Diffusible Tracer in the Braln» 
T.Y. Lee* and I.W.T. Yeung, Radiology, St. 
Joseph's Hospital ana Medical Biophysics, 
University of Western Ontario, London, 
Ontario, Canada N6A 4V2 



Cerebral blood flow (CBF) and capillary 
permeability (PS) are two important neurophy- 
slologlcal parameters of the brain. Until now, 
they have to be measured in separate experim- 
ents. CBF is measured using inert diffusible 
tracer with the Ke*- '^del whereas PS is obt- 
ained by mes. « extraction efficiency 
or transfer constant. We propose a new theory 
which treats the transport and exchange of 
inert diffusible tracer more exactly such that 
both CBF and PS are determined simultaneously 
in a single experiment which uses quantitative 
computed tomographic techniques to measure the 
tissue concentration of tracer noninvasively 
in vivo. It will be shown that under differ- 
ent simplifying approximations, the proposed 
general theory reduces to the Kety model, the 
Crone and Renkin model, ^^nd others which have 
been used by previous authors to determine CBF 
and PS separately. One application of the 
proposed theory will be the measurement of CBF 
and PS in patients using either H20l5 pet 
or D2O and magnetic resonance imaging. 



MP17.1* 

In Vivo Neutron Activation Laboratory 
K.J. Ellis* and R, Shypailo, USDA/ARS Children's 
Nutrition Reserrch Center, Department of Pediatrics, 
Baylor College of Medicine, Houston, Texas 77030, 

The quantitative assessment cf body composition, espe- 
cially protein, water, fat, and skeletal mass, can provide 
data that may increase our understanding of basic 
physiologic or pathologic mechanisms and aid in a patient's 
diagnosis and clinical management Thus, a body composi- 
tion laboratory has been set up at the Children's Nutrition 
Research Center for in vivo neutron activation analysis 
{IVNAA). The four major facilities include infant- and adult- 
size whole body counters, a variable geometry neutron irra- 
diator for delayed activation analysis, and a scanning 
system for prompt-gamma activation analysis. The delayed 
activation system uses 56 Am,Be sources, 15 Ci each, 
which can be arranged into four irradiation geometries 
(small animal, infant, normal adult, and obese adult). The 
adult counter consists of 32 Nal detectors {10.2 cn; x 

10.2 cm X 45.7 cm) arranged above and below the supine 
subject. For a 2-min activation time { < 3 mSv), 1-min 
delay, and 15-min count, the precision for total body Ca, 
No. CL, P, and K is <2%. The prompt-gamma IVNAA 
technique uses four collimated Am,Be sources and four 

15.3 cm X 10.2 cm Nal detectors for a single scan of the 
subject These measurements require <10 min {<0.4 mSv) 
and have a precision of 3% for body protein and <5% for 
body fat. 



MP17.15 

Scattering Within Uniform Media. LA Henry 
and MS Rosenthal*, U.iiversity of Pittsburgh, 
Pittsburgh, PA, 15261, USA 

Compton scatter along with other interactions causi^ 
image degradation and loss of quantitation in nu- 
clear medicine studies. As a first step in charac- 
terization of scatter, we have modeled scattering 
within uniform scattering media via use of a Monte 
Carlo transport code. This code includes Compton 
scattering, coherent scattering, photoelectric ef- 
fect, diffraction, and production of lead x-rays 
^rom the collimator. 

The code models a 22 cm acrylic shell phan' om ir- 
radiating a 3/8" thick Nal crystal through a LEAP 
collimator. Within the phantom a single source is 
positioned along the longitudinal axis using either 
air or water as the scattering media. For both ex- 
perimental data and calculations, 500 to lOOOK 
events were detected by the gamma camera. 
The Monte Carlo transport code was run on a DEC VAX 
11/750. Both experimental measurements and calcu- 
lations were performed as a function of position 
along the longitudinal axis of the phantom. Within 
statistics, the spectra produced by the Monte Carlo 
code reproduced that measured experimentally using 
Tc-99m point sources. 
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MP17.16 



A new approach to the measurement of 
glomerular filtration rate and blood 
flow of each kidney using ^^-'^TcDTPA, G. 
IZZO & A. MAGRIKI, Fisica Medica - 
University Tor Vergata, A. FAVBLLA/ F. 
FRINGUSLLI & M. BANCI, Medicina Nucleare 
- Clinica Ars Medica, F. FRANCHI & L. 
AGATBNZI, Ospedale S. Andrea - USL RM12, 
Rome, Italy 



MP17.17 

Attenuation Correction in Rectilinear High- 
Sensitivity Scanning, D. Gvozdanovic*, Dep. 
of Bio-Madical Physics & Bio-Ehgineering, 
Univ. of Aberdeen, Aberdeen, Scotland, U.K. 



A transmission scanning procedure, usi 
appropriate energy photons, was developed 
coniunction with hioh soisitivitv (10 



Model analysis of the early p^rt (3 min) of the 
renograiP was performed using a large-field 
computerized gamma-camera (90xls + 15x6s 
images) and ^^''Tc-DTPA as a tracer. The 
fme-activity curve calculated over the left 
ventricle was used as an input function to a 
compartmental kidney and extrarenal tissue 
model. Fitting of the renogram by taking into 
account the real input enabled the glomerular 
filtration rate and blood flow of each kidney to 
le determined independently from background. 
32 patients undergoing routine DTPA test were 
studied with the proposed approach, as well as 
with two classic nuclear-medicine methods (Gates 
and Constable methods) . Compared with the 
creatinine clearance values, results dopear to 
demonstrate that the proposed method "is more 
accurate and/or simpler than the above-mentioned 
methods, also providing more complete clinicax 
information . 



in 

^ „jan 

of 0.1 MBq in w. b- 1 rectilinear scans in an 
attempt to assess the absolute quantity of the 
tracer in various organs and sites of the body, 
following long-term elenent turnover studies. 

The transmssion scan is taken with a cxillimated 
beam of the radionuclide used in the study, both 
this and the subsequ^t tracer scans have an 
iirege matrix of 16x52 pixels, anterior and 
posterior images being taken at the same tine. By 
using an IBM conpatible cotputer, the images are 
interpolated to a 46x126 matrix, filtered by a 
two-dimensional deoonvolution process applying 
the image transfer function (15x15 pixels). A 
geometric mean is derived for each pixel from 
the anterior and posterior scans. This is 
corrected for atteiiuatiai us^ng aE^ropriate pixel 
in the transmission scan. Integration over 
selected area gives the fraction of tracer when 
ccnpared with the integral of the whole image. 
Phantom studies gave an estimation accuracy of 
< 5% when clearly defined areas are involved. 



MP17.18 

Assessment of hepatic and splenic 
hemodynamics with a single radiotracer 
test, A. MAGRINI* & G. IZZO, Fisica 
Medica - University Tor Vergata - Roma, 
A. FAVBLLA, F. FRINGUBLLI & M. BANCI, 
Medicina Nucleare - Clinica Ars Medi 
Roma, L. VALBRI, Ospedale S. Giacomo - 
Roma, S. SPOSITO, Ospedale Civile - 
Velletri, F. FRANCHI & L. AGATBNZI, 
Ospedale S. Andrea - USL RM12 - Roma, 
Italy 



The MARK method (Model A^ialysis of Radiocolloid 
Kinetics) for non-invasive study of hepato 
-splenic hemodynamics is described. 
Data collected by means of a computerized 
gamma-camera for 4 min after l.v. administration 
of ^^"^Tc-coiloids (4 inCi) werv* analyzed using a 
model formulated on a physiopathological basis. 
Several parameters of clinical interest were 
determined, namely, liver arterial and venous 
blood flows, intrahepatic*^:?;; ;riued flow, spleen 
flow, hepatic and splenic vascular spaces of 
distribution of the tracer, transit times, 
extraction efficiencies and clearances. On the 
basis of 4 years experience and 8,000 tests 
performed, it is concluded that the MARK method 
is sufficiently accurate, reproducible, safe and 
practical, and may thus be considered suitable 
for routine clinical use. 



MP17.19 

Halif-Value Layer (HVL) of Radionuclides 
Emitting Polyenergetic Gamma Photons, 
Ibrahim B. Syed*, Muzaffar Ali, and Mark 
H. Crosthwaite, V. A. Medical Center, Bell- 
armine College and University of Louisville 
Health Sciences Center, 800 Zorn Avenue, 
Louisville, Kentucky - A0202, U.S.A. 

A knowledge of half-value layer (HVL) is impor- 
tant for shielding purposes in radiation safety 
and also for clinical Interpretation of photon- 
deficient areas In Images in nuclear medicine. 
For monoenergetlc photons and for a given 
absorber (attenuator), HVL is calculated divid- 
ing 0.693 by fi (the linear attenuation 
coefficient). But in nuclear medicine, radio- 
pharmaceuticals are used with radionuclides 
having multiple principle gamma emissions. An 
equation is derived for calculating HVL of such 
ra'^ionuclldaft. 

A computer progra. has been developed to deter- 
iilne the KVL of radionuclides which emit poly- 
eaergetlc gamma photons by Newton's method and 
iteration. 



66 

ERIC 



8 8 

1988 World Conifress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



Medical Physics Scientiflc Papers 



MP17.20 

Oedema o£ the neck after thyroid 
ablation with radioactive Iodine, 
M 0 Shackleton*, I D Werner, C S Slater, 
Depts of Medical Physics and Radiotherapy 
Groote Schuur Hospital and University of 
Cape Town, Observatory 7925, RSA 

Radioactive iodine was used by us for 
thyroid ablation in 133 patients during 
1983-1987. Only one patient developed 
acute oedema of the neck. This patient 
had had one thyroid lobe excised 
^eviously. This very rare condition 
appears to be reported only once by 
another group. The oedema developed 
within 48 hours of receiving 3 GBq 
of radioactive 1-131. The patient was 
treated with corticosteroids and 
responded well to the treatment. Five 
days later the patient developed 
symptoms of vocal cord paralysis. 
Nuclear Medicine scans were performed on 
the patient to establish the location of 
the residual thyroid tissue. Sensitivity 
to 1-131 had been ruled out by using 
appropriate tests. From dose calcula- 
tions it is concluded that the oedema 
was caused by acute radiation effects. 
Further tests are being done to 
investigate this condition. 



MP17.21 

The Ube of Electrgporatlon for Labeling 
Leukocytes with i^c Radiopharmaceuticals, 
William Phillips, M.D., University of 
Texas Health Science Center at San Antonio, 
San Antonio, 7828A-7800 

Electroporation has been shown to create reversi- 
ble pores in cell membranes without loss of cell 
viability. oLeukocytes electroporated in plasma 
containing -MDP demonstrated a significant 

increase in labeling compared to a control group 
of non-electroporated leukocytes. The labeling 
efficiencies ranged between 1.6%-5%. Tills new 
technique for radionuclide cell labeling has 
potential for applications in diagnostic imaging. 



MP17.22 

MINIMUM PREDICTED GAMMA CAMERA INTEGRAL AgD 
DIFFERENTIAL FLOOD UNIFORMITIES J.R. Halama , 
and R.E Henkin, Loyola University Medical Center, 
May wood, IL. 

Gamma camera performance is routinely specified 
by computing flood field uniformity defined by 
the ratio u=(MAX-MIN)/(MAX+MIN) , where MAX and 
MIK are the maximum and minimum counts observed 
in a digitized flood image. For integral uni- 
formity the entire image is searched, and for 
differential uniformity a 6 pixel range is used. 
Due to counting statistics, these indices do not, 
however, converge to zero for a perfectly 
uniform gamma camera response. This minimum can 
be predicted by determining the probability 
distribution of u. Based on order statistics, 
the joint probability distribution function for 
ot serving MAX and MIN is described as follows: 
g(MAX,MIN)=n(n-l)[F(MAX)-F:MIN)]""'^f(MAX)f(MIN)^ 
where F and f are the distribution and density 
functions governing each pixel value, and n is 
the number of pixels in the search. The dis- 
tribution function for u can rhen be obtained by 
in'eo,rating g(MAX,MIN) over th^ region defined by 
u. Assuming r is Gaussian » the expected value 
and variance of u were obtained numerically 
versus n and average pixel counts. Results 
compared favorably to computer simulations and 
actual gamma cau.?.ra flood images. With this 
information, we can better ascertain the true 
uniformity of the garan*; camera by u. 



MP17.23 

DOSIMETRY OF AUGER ELECTRON EMTTTERS: 
IMPLTCATiaiS AND POTENriAL APPUCCATIC^IS, 
K.S.R. Sastry / University of Massachusetts, 
Amherstc MA; R.W. Hgwell, D.V, Rao, 
University of Msdicine & Dentistry of NJ, 
Newark* Nj;,A.I. Kassis, S.J. Adelstein, 
Harvard Medical School, Boston, MA; and 
C. Haydock, Mayo Foundation, Rochester, MN. 

Several bicanedical radionuclides (1-125, In-Ill, 
Tc-99in, etc.) are prolific emitters of low energv 
Auger electrons with hic^y subcellular ranges. 
BiojAiysical urplications of such Auger emitters 
are no t pr edictab] e by conventional closiinetry 
(e.g., MIRD Schema), vAuch ignores the inportance 
of these electrons. Our studies v^ith mammalian 
cells in culture, and on exoeriinental irouse 
models show that the biological effects of Auger 
cascade electrons may be highly disproportionate 
to the energy carried by tnem. Our results con- 
firm "Che inadequacy of conven\:ional dosimetry, 
and reveal several iitportant parameters ignored 
hitherti?. In terms of these determinants, pieno- 
mencjLogical ejipressicns are presented for a bio- 
physicciily meaningful dosimetxy of internal Ajjger 
eiiutters . PDSsible approaches to exploit the 
hi^ily localized action of the lew energy elec- 
trons in cancer, therapy are escamined with Sb-119 
and Pt-193m as illustrative exairples. 

Work supported in part by USltHS Grant Nos. 
CA-32877 &xi CA-15523. 




ERLC 



1988 World Congress on Medical Physics and Biomediceil Engineering <> San Antonio, Texas 



67 



Medical Physics Scientiflc Papers 



MP17»24 

Dual-Isotope Measurement of Lung Water in 
Dogs, R. Y. L. Chu*, P. V. Carllle, Jr., 
G. Basmadjlan, University of Oklahoma 
Health Sciences Center and Veterans. Admin- 
istration Medical Center, Oklahomi Ci^-y, 
Oklal.caa, U.S.A. 73104. 

To develop a noninvasive method for measurement of 
lung water, we have beei* studying the use of iodo- 
antipyrine. I-131-labeled iodo-antipyrine and Tc- 
99m-labeled erythrocytes were used to measure 
water content in lungs. These radioactive tracers 
were injected into 11 dogs vith injured l'«ngs. 
Blood samples were drawn and the animals were sac- 
riflced^ The lungs were removed, weighed and homo- 
gen i zed • Samples of blood and lung homogenate were 
assayed for 1-131 and Tc-99m, Samples also were 
weightd before and after drying to a constant 
weight at 70-75*C. Extravascular lung water was 
determined by the dual-isotope technique and again 
by gravimetric analysis. The average ratio of the 
results f-oj the two different methods is 1.14 ± 
0«20« The two methods were compared also by 
regression analysis and the correlation coefficient 
is 0.97 ± 0.09. This investigation suggests the 
possibility of in vivo measurement of lung water 
with the equilibrium distribution of iodo-antipy- 
rine. 

This work was supported by a research grant from 
the Veterans Administration. 



MP17.25 

The Applications of Radionuclide Phase 
Image Analysis in Coronary and Noncoro- 
nary Disease, Zhao Huiyang* and Zhu Ju- 
nren, Zhong Shan Hospital, Shanghai Me- 
dical University, Shanghai, China 



This paper reported the results of 349 
cases radionuclide phase image analysis, 
including 21 normal subjects, I69 pati- 
ents with coronary disease, ^> patients 
with LBBB, RBBB and WPW syndrome, 101 
hypertrophic, virus and dilated myocar- 
ditis. 19 cases of coronary patient 
were performed by coronary angiography ; 
27 cases v/ere performed at rest and 
with stress. The results of phase image 
analysis at rest and with stress were 
analyzed. 

The sensitivity was 92 ^, the specifi- 
city was 28.6 %y but phase image analy- 
sis with stress was more sensitive and 
better than LVEF in the early diagnosis 
of CAD. Abnormal phase angle was visua- 
Ii:'')d in noncoronary patients. 



MP17.26 

Brain Scanning with gDm-Technetiim Glucobep- 
tonate ajid quantitation of specil:ic uptakes in 
tumors 

R. Rayichandran , S. De varu , N . Ananlha^ , B . S . Das^ , V .K.J 
ain^ 1) KIMIO, Bangalore. 29, 2) NIM- 
HANS ,Bangalorc29 ,3) '^•|MA5 ,DGlh i . 7 , India. 

Our earlier 

work has sl:ow2cl that canbination ol 2-Jeoxy-D- 
glucoSG (2DG) with ionising radiations is ex- 
pected to improve therapeutic efficacy by inhibi- 
tion of DMA and cellular repair process in cells 
with high glycolic activity. Clinical trials are 
planned in brain timor radiotherapy with 2DG. For 
selection of patients and monitoring them we 
proposed to use 99m-Techni ti*jm glucoheptonate 
(TcGH) 33 glucose analogue in the place of 
positron ai^ission tomography • Tlie specific uptakes 
of itGrl v^re quantitat:ed in human brain timors 
using a conventional gamna camera and measured 
build up factors. 

The specific TcQf uptakes were expressed as ratios 
against normal brain to account for variiitions. 
The ratios of specific itQi uptakes correlated 
WGll with the grades of brain tumors, 4.4±0.7(n=n) 
for malignant, 2. 4±n.9(n=6) for metastatic and 
1.6±0.6(n=S) for benign tumors. Concentration of 
TcGH in viable parts of recurrent high grade 
tumor, increased ratios for TtGH against similar 
ratios for Tc--R'3C blood pool scans suggest that 
the concentr?>*:ion of TcGH in brain tumors may be 
related to nr-^tabolism. 



MP17.27 

The, ^^0(a,pn)^«F and the, ^'0(p,w)^«F chmnoJU 04 
cMvinativz6 ion. tha pKoduction ^®F' oied 
Kadlochmlcal labeZting. A. Hermanne M. Gysemans, 
N. Walravens, P. Van den Winkel, W. Vanryckeghem 
and L. De Vis. Vrije Universiteit Brussel, 
B-1090 Brussels, Belgium. 

M^^''"^ cyclotron (E^^^g^ = 47 MeV ; E = 
45 MeV; two nuclear reactions are used for carrier 
free ^®F~ production : 

- the rarely cited ^^0(a,pn)^®F with Etj^eghold = 
25 MeV. 

- the now common ^®0(p,n)^®F on ^^0 enriched targets 
Real competitivity of these channels for label- 
ling experiments depends on both the isotope pro- 
duction yield and the ultimate incorporation effi- 
ciency. Data on the following physical and chemical 
characteristics for both reactions will be presented 

* Excitation curves (a from 25 to 47 MeV ; p from 
lO to 25 MeV). 

* Relation between the incident beam intensity and 
saturation yield ; correlation with loss of tar- 
get material. 

* Levels of short (^^0) and longer lived radioiso- 
topic contaminants ('*®V, ^^Cr, ^^Ga, ^^Ga, ^^Ge). 

* Labelling yields for a standard ^®F exchange 
reaction and influence of foil breakdown resul- 
ting in depassivation of the target. 
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MP17.28 

Validity of the assumption of tracer equili- 
brium with native Vitamin pool,C.M.Pathakt 
R.R.Sharma and K.C.Das,BiopFiysics Department, 
PGIMER , Chand i garh , Ind ia . 

Serum Vit B.^ level does not reflect native Vit 1^^ 
pool, since It gets altered in various pathologi- 
cal conditions. Total body Vit estimated 
from specific activity measurement of a biopsy Sam- 
ple provided tracer equilibrates with native pool. 
It is generally assumed that whole body monoexpon- 
ential fall of tracer reflects equilibriurr. state. 
This study ^.ritically examines the validity of 
this controvertial assumption. 

IVhole body kinetic parameters in rats using 57 Co- 
Vit B,^(s.c)showed monoexponential decline of tra- 
cer after about 32 days,whereas inter organ distri- 
bution of tracer did not stabilise even upto 64 
days,re*?ulting in continuous change of specific 
activity m organs. Thus whole body Vit B^^ values 
calculated from different organs at 64 days ranged 
between 3.9 ;ig(kidney)to 89.3 pg(muscle)with mean 
of 37.5 ;ig. Whole body turn over rate of 1.47% per 
day probably represents an average of wide spect- 
rum of turnover rates in different organs. Variation 
of biol. of tracer in various organs may be 
related to interconversion of Vit other 
forms and their metabolic functions. This study 
shows that assumption of equilibrium between the 
tracer and the endogenous pool is not valid even 
after tracer is excreted- monoexponentially . 



MP17.29 

Internal Dose Estimation from Skin Dose Measurements 
using TID in 18-FDG Positron Emission Ibmography 
(PET). J.F.D.Chubaci* & S.Watanabe (Univ. Sao Paulo, 
C. P. 20516, 01A98-Sao Paulo, Brasil) ; H.Fukuda, H. 
Seine, Y. Ota, T.Matsuzawa, M.Ito & J. Hatazawa (To- 
hoku University, Japan) . 

A method has been developed to estimate the 
dose on target organs of PET patients by 
Thermoluminescence dosimetry. TL dosimeters were 
held on the skin, close to the target organs, of 
ten Japanese subjects with surgical tape, a few mi- 
nutes before the intravenous administration of 
2-(F-18)Fluoro-2-Dcoxy-D-Glucose Ihe skin doses 
due to the t get organs were obtained by reading 
out the TL dosimeters and extrapolating the values 
for 37.0 MBq uf activity and for 658.8 minutes of 
exposure time, whicli is equal to six half lives 
of Fluorine-18. Ihe internal dose, on various 
organs, were estijiated using the organ/skin radio- 
nuclide concentration ratio. Thi. ratio was 
calculated from printed PET matrix data for each 
scanned organ, by a method developed through tissue 
equivalent gelatine phanton studieo. Ihe largest 
internal dose obtained was 41.3 yGy/MBq in the 
bladder, tnen 34.5 yGy/MBq for the spleen; other 
values are for liver, heart, lung, brain, pancreas, 
kidneys and testes. Ihe values found in the present 
Work are in close accordance ';ith previously 
reported works, showing that our method may be of 
great usefulness to evaluate absorbed dose with good 
accuracy for emission tomography. 



MP17.30 

Bone Mineral Densitometry With X-Ray Sources, 
D. P. Chakraborty* M. V. Yesler, and G. T. Barnes. 
Dept. of Radiology, University of Alabama at 
Birmingham, 619 19th Street South, Birmingham, 
AL 35233 

Two methods of oual photon absorbtiometry utilizing an x-ray 
tube mstead of a Gd-153 source have recently been 
Introduced In one method the kVp Is switched at each pixel, in 
the other, a Single kVp spectra is used, but photons in two 
energy windows are counted. We will present a theoretical 
study of the two methods for a typical patient (20 g/cm^ of soft- 
tissue and 1 g/cm2 of bone), with respect to the achievable 
Coefficient of variance of the bone mineral count (CV) and the 
dose. Our study indicates that while the single kVp method is 
more dose efficient, the kVp switching method is not count rate 
limited and can therefore achieve a smaller CV. Our model is 
based on published x-ray spectra and attenuation coefficients 
and is m good agreement with data. It is of interest that a point 
source of Gd-153 would be even more dose efficient. However, 
in practice the source is distributed and of limited strength, and 
consequently the radionuclide method cannot achieve a CV as 
small as either x-ray melhod in similar scan times. 

Supported in part by NCI Grant No. CA43615-02. 



MP17.31 

Dual Photon Absorptiometry of Foream 
Using Monochromatic X-Ray, M.Nfori*, 
r.Tame«ai,K.Tariiura.S.Kimura,K.kawamura, 
S.Ninomiya. ALOKA Co..Lld.. Tokyo. JAPAN 

The newly developed dual photon absorptiom- 
etry (DPA) bone mineral content measuring 
instrument is reported. The instrument con- 
st^fs 01 area scanning mechanism for foredrtn. 
X-ray generator, diffraction unit, two Ndl(TI) 
scintillation detectors and a small computer. 
The colliniated X-ray beam from conventional 
X-ray tube irradiate Ihe difiraction gratings 
and a part of the diffracted ray are coliimat- 
ed through pinhole collimators and extracted 
as the monochromatic X-r : beams. The system 
uses two energy beams 27 '*nd 53 keV.so works as 
dual photon absorptiometry. Sufficient beam 
intensity for absorptiometry are obtained at 
tfie conditions of 70 kV and 5mA on the X-ray 
tube. Basic studies on the instrument are 
performed including photon energy identifi- 
cation, beam intensity and stability,linearit> 
of bone mineral content, long and short term 
precision and comparison with conventional 
single photon absorptiometry. Results of those 
studies suggest that the instru'nent can be use 
as DPA of forearm. Also the instrument eliminate 
the expense of frequent repla ing radioisotope 
source and decrease scanning cost. The system 
IS expected as the useful instrument 
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MP17.32 

Is detailed blodlstrlbutlon data necessary 
for nuclear medicine dosimetry? W. Huda* 
and G.A. Sandison^ Manitoba Cancer Foundation, 
100 Olivia Street, Winnipeg, Canada R3E 0V9. 

Using the concept of effective dose equivalent, Hp, 
it is shown that a knowledge of detailed biodistri- 
^^rlon data in most organs and tissues taking up 

°*Xc labelled radiopharmaceuticals is unnecessary. 
Dosimetric precision of about + 25% can be readily 
obtained from urine excretion data alone providing 
there is no significant uptake within the gonads 
or thyroid. Special attention should only be paid 
to absorbed dose measurements in red bone marrow, 
skin, lungs, gonads and thyroid, with the great st 
attention directed toward the retention and dosi- 
metric aspects of radioactivity in the gonads and 
thyroid glands. An example of the calculation of 
Hg for ^^^Tc labelled d,l-HM-PAO is presented dem- 
onstrating the importance of these specific organs 
to radiation risk. Using biodistribution data 
obtained in rats, the Hg value for a 20 mCi 
administered activity was computed to be 880 mrem, 
of which 62% was due to the risk of genetic 
effects. 



MP18.1 

Logistic Paramet ers Cnmn areo with rnnY P nt 1»n=^1 

Willi?* (KRUG) and J. A. Bencomo (UTSCC), KRUG 
International, 1290 Hercules, Houston, TX 77058 

Analysis of CDRH sensitometric data confirms empi- 
rical observations that the film characteristic 
curve IS a logistic function of exposure. Data 
for seven commercial radiographic emulsions using 
four intensifying screens were normalized to 
oDtain fractional response between fog and satura- 
tion. Saturation was determined from the graph of 
absorbance versus the inverse of exposure. Norma- 
lized data were transformed irito logistic units 
(Loglts) and plotted versus the log of exposure. 
These graphs are linear from <2% to >98% fraction- 
al absorbance, or a factor of 100 in exposure. 
Regression analysis was conducted to determine 
logistic sensitometric parameters based on the 
explicit statistical weights of logistic data. The 
logistic slope, or contrast analog, had an average 
of 1.95 +/- 0.19. The logistic intercept (value 
of exposure required to produce 50% of saturation 
absorbance) or speed analog varied from 11.2 to 
36.. I units of relative exposure. Previous reports 
show contrast analog is unaffected by development 
conditions, however, speed analog, saturation 
absorbance, and fog depend on degree of develop- 
ment. Tabulation of logistic parameters f/^r pho- 
tographic emulsions could simplify catalo&v^s of 
sensitometric data. The linear logistic repre- 
sentation facilitates quantitative measurements. 



MP18.2 

Simple QC Test Tools for Diagnostic Radiology, 
?. Mora*, Escuela de Pisica, Universidad de Costa 
Rica, San Jose, Costa Rica and J. Cameron & 

Wisconsin, Madison, WX 

53706, U.S.A. 

Hospitals in developing countries c not usually 
afford sophisticated quality control (QC) in- 
struments and do not have the trained pro- 
fessionals to use them. 

Over the last five years variou. simple QC test 
tools for use by radiographers have been 
developed, primarily at the University of 
Wisconsin. The total cost of the .materials for a 
set of the test tools is aoout $100 U.S. About 
ten hours of semi-skilled labor is needed for 
their construction. The QC tools measure: 
1) quantitative image quality for general radio- 
graphy, fluoroscopy, mammography, angiography, 
and tomography; 2) size of the focal spot; 
3) accuracy of the timer; A) accuracy of the set 
kV; 5) collimator function; 6) alignment of the 
grid; 7) film-screen contact; and 8) consistency 
of the output for standard exposure conditions. 
The devices were designed to be used by 
radiographers. A set of the test tools are being 
evaluated by radiogiaphers in several major 
hospitals in Costa Rica following a two day 
course on their use. The test tools will be 
described and their use under fiald conditions 
will be discussed. 



MP18.3 

Computation of OfMxis X-Ray Spectra, D. M. 
Tucker*. D. P. Chakraborty. and G. T. Barnes, 
Dept. of Radiology, University of Alabama at 
Birmingham. 619 I9th Street South. 
Birmingham, AL 35233 

Birch and Marshairs^ method of computing x-ray spectra has 
been extended to include off-axis (i.e.. ''heel") effects. Both 
bremsstrahlung and characteristic spectral components are 
included. With knowledge of the x-ray tube anode material and 
angle, kV and mA waveforms, and inherent and added filtration, 
the model allows ore to predict the primary x-ray beam intensity 
and photon energy distribution at any point in the radiation field. 
Predicted and experimental x-ray beam intensijies and qualities 
versus off-axls angle are compared for different x-ray tube 
voltages, filtrations and target materials and target angles. The 
agreement between the two is typically within 1-2%. Also 
discussed an potential applications of the model in dual-energy 
Imaging and patient dosimetry. 

Birch and M. Marshall. Phys. Med. Biol. 29, 505 (1979) 
Supported in part by NCI Grant No. CA43615.02. 
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MP18.4 

Optimization of Cine Angiography 
Using Variable Input Exposures, 
J.S. Whiting and J.M Pfaff, 
Cedars-Sinai Medical Center, 
Los Angeles, California, USA. 

We performed an analysis to investip.^ae the use of 
a variable camera aperture to optim'ze signal 
detection in coronary angiography. Signal/noise 
(S/N), contrast, image Intensifier exposure and skin 
entrance exposure (D) were calculated for detec- 
tion of a 0.5 mm cube of 370 mg/ml iodine in 
water thickness ranging from 14 to 28 cm and 
x-ray tube potentials from 50 to 120 kV. Assum- 
ing 34 kW iso-powcr operation, S/N reached a 
maximum at 95 kV for all tissue thicknesses, but 
varied by less than 10% from 65 kV to 120 kV, 
while maximum (S/N)^/D occurred between 60-70 
kV. Skin exposure increased linearly and contrast 
decreased exponentially with increasing tube 
potential for fixed tissue thickness. When patient 
thickneis drives x-ray tube potential above 85 kV 
skin exposure may be reduced 70% with less than 
10% penalty in S/N by reducing image intensifier 
input exposure 50%. Film exposure can be main- 
tained by compensatory opening of the camera 
aperture one f-stop. Wc conclude that incorpora- 
tion of aperture control into automatic exposure 
control systems can significantly minimize patient 
dose and/or tube loading without diminishing 
image quality. 



MPIB.S 

Analyses of Different Diagnostic 
X-ray Procedures Used in Switzerland 
R. Mini, Abt.f. med. Strahlenphysik, 
Inselspital, CH-3010 Bern 

In many countries the diagnostic X-ray 
procedures gives the largest man-made 
contribution the population dose. 

It is therefore important to analyse 
the different medical procedures in 
order to see which one is the most 
significant with regard to the radiation 
risks. The individual organ doses, 
resulting from a specific procedure 
depend very much upon the radiation 
technique which may vary from doctor 
to doctor. Therefore our Departement 
of Radiation Physics has made an extensive 
survey in order to assess the variability 
of the technical parameters used for 
the different diagnostic procedures. 
The data of 200 doctors where analysed. 
As expected we found that even in a 
small country like Switzerland there 
is a big variation in the used procedure 
techniques. This makes it difficult 
to establish mean dose values which 
could be representative for the Swiss 
population. 



MP18.6 

Reject Analysis in Diagnostic Radiology 
U. Giugni , R. Gal 1 ini , S . Bel le tti ?V . Berna 
Spedali Civili,Universita' degli Studi, 
1-25100 Brescia, Italy 

Reject analysis is an important part of any Quali- 
ty Assurance CQA) programme in diagnostic radiolo- 
gy; this analysis provide^^ a means of early detec- 
tion of changes in reject rates, determines the ba- 
seline for a QA programme and monitors the effecti- 
veness of that programme. 

To this end we collected 8061 films (2303 examina- 
tions), coming from 7 radiological depts. (2 belon- 
ging to regional hospitals, 3 to median size ho- 
spitals,! to a pediatric hospital, 1 to a private 
institution) .We choose the dimension of each sample 
according to the annual workload of the dept. 
We considered 588 spoilt radiographs, determining 17 
different categories of *'reason*'.Some categories 
give less than 1% of v^asted films, whereas other five 
reach a percentage of 10% or more. 
This investigation represents the starting point 
of a QA progranune, which also involves a patient do- 
se survey and an imaging quality assessment. 

Research supported by Regione Lombardia (Italy), 
grant r 482 
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MP18.7 

Coaplexity ^ Coaplexity Contrast In 

Radiological 1 .ges. R. ReedT W.M. Gentles, W. Ho, 
V.V. Velocci. Sunnybrook Medical Centre. 
University of Toronto, Toronto, Ontario, M4N 3M5, 
Canada. 

Radiological images can be generalized as 
containing structures of interest their surround 
and noise. The surrounding and overlaying 
anatomical structures have a masking effect, 
reducing the consplculty of a known target in a 
scene. If the characteristics of the surrounding 
anatomical structures are varied, the target 
consplculty will vary, becoming small as the 
target and surround become similar. 

A model Is presented which provides an 
analytical method of measuring the amount of 
anatomical structure or anatomical noise in a 
target or scene. This leads to the definition of 
complexity. The theory also provides a method of 
determining if frequency dependent image 
processing can Improve the consplculty of a known 
target In a surround of known complexity. 

The model is based on two assumptions; 1) The 
complexity of a structure or surround Is related 
to Its spatial frequency content, and 2) a figure 
representing complexity is derived from a 
linearly-weighted function of power spectrum. 

A second figure of merit named complexity 
contrast Is Introduced. It gives a measure of 
complexity differences between a target and its 
surround. It Is shown that In the limit of 
frequency approaching zero, complexity contrast 
approaches the definition of optical contrast. 
Complexity contrast is related to a form of SNR 
between a target and the anatomical structiire (ie 
noise) of the surround. 
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MP1B.8 

Conparison of different types of collinator design used in 
dental radiography - R. Badiello*, T. Bernardi and C. Passcri- 
nl - C.N.R. Servizio di Sicurczza del Lavoro e Protezione Sa- 
nitaria; Ui<versitd, Servizio di Fisica Sanitaria, Bologna, 
Italy 

The continuous Increase in the use of X-rays in dental practl 
ce calls for an accurate analysis of the radiation protection 
of both the patients and the workers. In the present connuni- 
cation a conparison it nade of different types of collimator 
design used in dcntai X-rays apparatus (cone, cylinder, paral- 
lelepiped)in view to reduce the dose to the patient and to in- 
crease the quality of the imaging. It is well known that the 
open ended collimators should be preferred to those that have 
plastic enus because these act as a source of scattered radia- 
tion. The j>arallete piped shape offers further advantage with 
respect the cylinder one for what concerns the radiation pro- 
tection of th.- patient. In fact the irradiated volume is stron 
gly reduced (by a factor two) with a consequent reduction of 
thp absorbed energy at the same expo5ttion. The skin dose Is 
also reduced since the retrodiffusion factor Is smaller in 
the case of the rectangular area. Moreover such a type of co' 
llmator contributes to a better definition of the radiologi- 
cal imnge. The results; are discussed and applied to the estlma 
te of the collective dose equivalent for oral diagnostic r.idio 
logy. 



MP18.9 

E^rformance Evaluation of (jarama 
Cameras in the Fnilippines, 
Valdezco, Phil* Nuclear Research 
Inst#, Diliman, Quezon City and 
A» Lobriguito*, Radiation Health Service 
Sta# Cruz, 1003 Manila, Philippines 

The gamma cameras in the Philippines vary in 
ages# This paper presents the results obtained 
from the quality control tests done on these 
cameras, adopting the International Atomic 
Energy Agency standards* The physical parameters 
measured are the intrinsic uniformity, intrin - 
sic resolution, intrinsic linearity, count rate 
loss, energy resolution, maximum count rate 
and sensitivity. Several measurements are done 
for every parameter and the performance of the 
gamma camera is evaluated using the mean value, 
to determine the clinical acceptability of the 
camera in obtaining maximum diagnostic infor - 
mation* The current mean standard (CMS) is der- 
ived and the performance of the camera is com - 
pared with the CMS. 

It is hoped that, with this paper, mininiaii per^ 
formance standards will be established and will 
be used nationwide. 



MP18.10 

EVALUATION OF SCREEN-FILM 
COMBINATIONS FOR MAMMOGRAPHY 
Marlene H. McKetty, Ph.D. 
Howard University Hospital 

The purpose of this study was to evaluate films 
for use in screen-film mammography from two manu- 
facturers and to determine if the use of a medi- 
um-spe-id screen, that is now availfSle, provides 
Images that would be acceptable to radiologists 
in our department. Breast imaging is difficult 
because extremely small structures must be 
visualized and because much of the tissues have 
similar attenuation coefficients and produce 
little subject contrast. As the variety of 
mainmog>:aphy films and screens Increases, mammo- 
graphy facilities inust choose carefully among 
them to ensure that they obtain the best Image 
quality at low doses. 

Several Images were made of two mammography phan- 
toms using different types of film and differing 
speed Kodak Min-R Screens. Techniques were 
varied to produce the highest quality Images 
at reasonable ^ -^es. The Images were evaluated 
by three observers for parameters such as 
density, contrast and visibility of test objects 
in the phantoms. The data to be presented show 
that the single emulsion films from both manu- 
facturers were equally acceptable to the observers 
and that the double emulsion film was not accept- 
able for routine use. ' 



MPiB.n 

The Scatter Point Spread Function in 
Diagnostic^Radiology, JM Boone^ and 
JA Seibert , Departments of Radiology, 
Thomas Jefferson yniversity, Phila- 
delphia, PA and University of Cali- 
fornia-Davis, Sacramento, CA. 

Monte Carlo techniques were used to evaluate the 
point spread function of scattered radiation m 
diagnostic radiology. A homogeneous model of 
infinite lateral extent and of various thick- 
nesses was analyzed using an ideal detector; 
this simplified model adheres to the requisites 
of linearity and stationarity. 80, lOO and 120 
kVp team spectra were used in this study, with 
air gaps of 0, 2 and cm. An analytical equa- 
tion was derived using four physical parameters 
as input— object thickness, air gap and the 
attenuation coefficients of both primary and 
scattered radiaticm. Though the analytical de- 
rivation assumes only single scattering, reducing 

scatter) by about lOJf results In excellent 
correlation with the Monte Carle results. 
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MP18.12 

An Inagc Dftta Gonpression Systcn for X Ray 
Medical luagc^ Wen Gao*and Masao Sailo> 
Sailo Lab Inst of Hcd Hlcc University of 
Tokyo Japan 

In I'AH;." inage data ^onpression is one of 
inportant f^m^tions because of Truces froa trans 
nission and storage of nedi<*al inagco An design 
of ocdical X-ray iaagc data conprcssion systco 
naacd ADCTVQ (Adaptive Discrete Cosine Transforo 
Vector Quantization) '$ presented in this paper ♦ 
AOGTVQ uses adaptive bit allocation scheae for 
DCT efficients aatrix and veclof quantization 
technique » By the adaptive hli allocation scheac 
a result of average idB up can be gel ten and by 
vrctor quantization an effect of aininal quanli'/.a- 
linn distortion can be aade » Siautation results 
show that for X ray chest iaages the AUCTVQ can 
give rrccplable iaagc with a conprcssion radio 
not l?ss than |2«. Cousiderut ion of thr real tiac 
rcquireaeiit AUCTVQ is construrtcd into parallel 
structure « 



MP18.13 

Tissue-Equivalent Phantoms 

P. Dvorak, G.R. Symonds* G.R.J. Robertson 
and B«M. Keller 
Bureau of Radiation and Medical Devices 
Department of National Health and Welfare 
Ottawa, Canada, KIA 0L2 

Phani:om3 designed to simulate the patient in 
quality control tests .n diagnostic X-ray equip- 
ment should ideally match the tissue in energy 
dependence of X-ray absorption and scattering 
properties, and be sufficiently light and small 
to be handled easily. These two requirements are 
difficult to meet simultaneously. A computer 
model to evaluate the best coiubinations of 
materials for the suitability as tissue- 
equivalent phantoms has been developed and 
solutions suitable for narrow beam measurements 
using an ionization chamber, TLDs, films or 
similar detectors have been found. A simple 
experimental verification of this approach has 
been performed with encouraging results. 



MP19.1 

OPTIMIZATION OF PROTON AND HEAVY ION 
THERAPY USING AN ADAPTIVE INVERSION 
ALGORITHM, A. Brahme*, P. Kallman and 
B. Lind, Dept. of Radiation Physics, 
The Karolinska Institute, Box 60204, 
S-104 01 Stockholm, Sweden 



To fully utilize the dose distributional advan- 
tages of pions, protons and heavy ions it is 
necessary to cover the target volume as well as 
possible by Bragg peaks and avoid irradiating 
surrounding organs at risk. The most general way 
to achieve this goal is by three-dimensional 
scanning of the beam so that its Bragg peak fall 
exclusively in the target volume. 

We have recently developed 5 very powerful iter- 
ative inversion algorithm capable of calculating 
the optimal scanning pattern of the proton beam 
required to get the desired dose distribution in 
the target volume. From this point of view the 
present technique implies a reversal compared to 
conventional treatment planning, where treatment 
fields generally must be chosen by a trial and 
error-like approach to maximize tumor dose and 
minimize normal tissue irradiation. Typical dose 
plans will be presented. 



MP19.2 

A Test of Dragg-Gray Cavity Theory for Protons 
LJ. Verhey, Dept. of Radiation Medicine, 
Mass. General Hospital, Boston, MA 02114 

An Ideal Bragg-Gray cavity Is defined as one In which 
ail energy loss is local, the cavity is much smaller than 
the range of secondaries and the production of 
secondaries in the cavity Is negligible. For a thimble 
!on chamber in a photon beam In charged particle 
equilibrium, those criteria are well satisfied, in the 
case of a proton beam, however, the ranges of electron 
secondaries are typically less than 1 mm of air and the 
proton interaction probability per mm of gas Is very 
high, so Bragg-Gray cavity theory cannot be used 
without modification. 

We have Investigated the significance of this jffect by 
comparing the responses In proton and Co-60 beams of 
Ion chambers with a variety of geometries and 
dimensions. Including O.lcc, I.Occ, and 80cc spherical 
chambers, and a thin-window parallel-plate chamber. 
The ratio of responses for the same gac *n the chambers 
of widely different surface to volume rtiuOw, can 
quantify the departure from classic Bragg-Gray theory. 
The ratios of prclon responses with different gases In 
the same chamber gives us a way of investigating W 
values for protons which are needed for routine 
dosimetry. The results of these measurements and their 
significance for proton dosimetry will be discussed. 
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MP19.3 

Computed microdosimetry of epithermal 
neutrons in selected biological materials. 
R.E- Wallace* and p.Bloch, Univ of Penna, 
Dept of Radiation Oncology, Phila., Pa^ 

In tissue-equivalent materials, epi- 
thermal neutrons generally impart dose via 
elastic nuclear collisions. These reac- 
tions produce low energy charged recoil 
nuclei which are cnaracterized by their 
low lineal energy, typically ^OkeV///m for 
iKeV neutrons. At low neutron energies, 
reactions producing high-LET particles can 
occur in tissue materials. For example, 
the N(np) reaction produces a 600kev pro- 
ton with a dose average lineal energy of 
85keV/^m in muscle. For lOOev neutrons, 
this reaction accounts for 5,7% of KERMA 
while the 2.2MeV y-rays from neutron cap- 
ture and elastic recoils in hydrogen con- 
tribute nearly 94%. The high-LET N(n,p) 
protonp have higher RBE than the y-rays or 
the recoils. For example, using single 
fraction survival curves for human kidney 
cells at the 1% level as a dose response 
archetype (1), ~28% of the total effective 
dose for neutrons below 200keV is deliver- 
ed by the N(np) protons. Computed micro- 
dosimetric results in brain, muscle, fat, 
and bone \vill be presented. The microdos- 
imetry of neutron capture in boron and 
lithium infused tissues will be discussed 
(1) Barendsen, G.W. , Los Alamos Laboratory 
report §LA-5180C, p. 120, 1972. 

NP19*5 

Dostmetric Characitrxzaiion of Helium Ion Beams 
Used in Radiotherapy at the Bevatron, J.M. Collier; T. 
Renner, S. Henderson, P.L. Petti, S. Pitluck, Research 
Medicine and Radiation Biophysics Div., Lawrence Berke- 
ley Lab, , CA Berkeley 94720 

Because of the dismantling of the 184-inch cyclotron 
at the Lawrence Berkeley Laboratory, the helium ion 
radiotherapy has been transferred to the Bevatron. Ini- 
tially, the treatments are being carried out using the 
"Wobbler" dipole magnets to spread the beam laterally 
in circles up to 30 cm diameter and plastic "propellers" 
to spread the particle stopping region in depth. This is 
in the room currently used for Neon ion radiotherapy 
also. However, a new treatment room is being built. In 
this room will be placed the unique patient positioner 
from the cyclotron. A double scattering system will be 
employed to create the lateral spread. Dosimetric char- 
acterization of the beam in the first room has been done 
using film and ionization chamber, including a 144 el- 
ement linear array chamber in which each element is 2 
mm wide by 1 cm long. Results will be shown which 
give the slope of the spread out Bra^g peak, '.he distal 
gradient (3-4 nun for 90% to 10% di'op ofl"), and lateral 
penumbra for difi'erent treatment situations. Supported 
by NCI Grant 1CA19138. 



MP19.4 

Investigation of Alternative Dose Calculation Algo- 
rithms for Charger-Particle Therapy. P.L. Petti, Lawrence 
Berkeley Lab, Berkeley, CA 94720 

Dose calculations for charged-particle radiotherapy typ- 
ically use ray-tracing techniques to calculate the water- 
equivalent pathlength along the beam direction through 
a matrix of CT data. Although these calculations pro- 
vide accurate dose distributions in hoirogeneous or sirr- 
pic heterogeneous systems, as Urie et al.^ have dis- 
cussed, errors due to multiple scattering ar«se in more 
complex heterogeneous geometries. The purpose of i\ii2 
investigation is to explore the possibility of using meth- 
ods similar to the "difierential-pencil-bea' technique 
described by Mohan et al.,^ which rely on p. calculated 
Monte Carlo data, to calculate charged-particle dose 
distributions. Calculations based on such an algorithm 
will be compared to Monte Car!o simulations fcr se- 
lected heterogeneous systems. Pince the distance over 
which adjacent particle tracks contribute to the dose 
at any given point is small for charged particles, such 
techniques may not be prohibitively time consunang. 
This work is supported by NCI grant 1CA19138. 



^Urie M, M Goitcb. WR HoUey, GTY Chen, Phye. Med. BM.. 
31, M5, 1986 

^Mohan, R, C Chui, L Lidofsky, Med, Phye. 13, 64-73, 1986 



MP19.6 

Optimum Thickness of Li and Be Targets 
for the Production of Therapy Neutrons b/ 
Protons and Deuterons of Tifferent 
Energies, M . A . Chaudhr i * , Austin Hospital, 
and University of Melbourne, Melbourne, 
Aus tralia . 

It vas suggested by us m 1970's that, 
from light elements ( L i , Be , e tc . ) , protons 
from a modern cyclotron would produce 
--ore penetrant neutron beams for therapy 
.han deuterons from the same machine, and 
that moderately thick taroeta would 
produce neutrons with higher mean 
energies than thick targets . in this 
paper we are presenting results of our 
calculations on neutron production from 
Li and Be targets and different backup 
materials. Cyclotrons of different 
sizes, and backing materials of Cu and Ta 
have been considered. On tho basis of 
our results, it has been sugysstod that 
moderately thick targets of Li and Be 
would not only produce more penetrant 
neutrons, but also enough intensity tc 
carry out neutron therapy. Moreover, as 
the energy absorbed in such a target is 
smaller than in a thick target, the heat 
dissipation problems wouid be more easily 
manageabl e . 
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MP19.7 

Heavy Ion Medical Accelerator in Qiiba, 
K.Kawachi*, H.Ogawa, T.Kanai, M.Endo and 
Y.Hirao, National Institute of Radio- 
logical Sciences f Chiba-shi 260, JAPM* 



A project of Heavy Ton Medical Accelerator in 
Chiba (HIMAC) has been started since 1984 in 
Japan. The final design studies of the HIMAC 
including the buildings have been ccnpleted. 
Hie HIMAC consists of ion sources, RPQ linac, 
Al^'arez linac, synchrotron, high t»nergy beam 
transport system and irradiation facilities. 
Hie main accelerator synchrotron consists of 
double rings which are operated with the 
repetition rate of 0.5Hz, and with the phase 
difference of a half period each other, 'ifie 
maximum output energy of synchrotron is 800 
MeV/u for the ions with tne charge to mass 
ratio of 0.5. 

Hie HIMAC has both horizontal an:! vertical 
beam delivery courses. The sc^Msticated ir- 
radiation facilities consist of beam spreading 
system, range modulating system, field shaping 
system, beam monitoring systen and patient's 
positioning system. 

Ttie HIMAC will be completed in 1993 and be able 
to provide the beams for the clinical trials. 



MP19.8 

Microdosimetrio Measurements of a 
High-Energy Neutron Therapy Beam, 
S.H. Benedict*, J.B. Smathers, L.T. 
Myers, R.E. Wallace, University of 
California, Los Angeles U.S.A. 

Microdosimetric measurements were made in a 
neutron therapy beam using a Rossi propor- 
tional counter with a 1 . 50 -cm wall of 
A-150 T.E. plastic. Previous microdosimet- 
ric studies have been performed on neutron 
beams of 14 and 15 MeV; however, few 
studies have been performed at higher 
energies . The CP-45 isochronous cyclotron 
at the UCLA Neutron Therapy Facility 
generates a neutron beam with 46 MeV pro- 
tons that bombard a thin Be and C tcirget. 
Both the target design and coll imat ion 
system are unique to the facility. 
The charged-particle energy loss spectra 
were measured and compared at various 
depths in phantom, in the penumbra region, 
and outside the beam using standard 
techniques. The calculation of lineal 
energy distributions and gamma components 
from the spectrums was performed x-sing 
established calculational techniques. 
A comparison of the microdosimetric data of 
the neutron therapy beam properties of the 
UCLA facility to that of other fast neutron 
therapy facilities is presented . This 
research is supported by NCI contract CM 
97315. 



SPATIAL DISTRIBUTIOH OF FREE RADICALS 
PRODUCED BY NEUTRONS AND 5SR DOSIMETRY, 
C. Franconif , K. V. Et t inger, J. HoZowacz#, 
II Universita di Roma, Italy 

# On leave from Politechnika Gdartska, 
Gdar^sk, Poland 

Determination of absorbed dose in £SR dosimetry 
Is based on measurement of the concentration of 
free radicals in the solid used as a dosemeter, 
e. g. a polycrystalline amino acid. At the same 
time it appears possible to estimate in the same 
sample the spatial distribution of radicals. This 
estimation is based on the known depondence of 
the microwave power saturation effect in ESR 
spectrometry on the value of spin-spin relaxation 
constant. This relaxation constant is, in turn, a 
simple function of the spin densit}. The 
experimental ratios of free radical densities 
produced by 7.6 MeV neutrons and 1.25 KeV gamma 
rays are within 1.5 - 4.0 . If reactor neutrons 
are compared with 1. 25 MeV gamma rays, the 
ratios of radical densities are within 1.4-3.3 
. In order to obtain the absolute values of 
radical densities from the saturation curves it 
is necessary to know the intensity of microwave 
magnetic field .n the measured s&mple. This is 
accomplished by means of perturbation technique 
in which a minuscule scatterer is introduced Into 
the cavity. The ensuing shift of the cavity 
resonance is a measure of the field intensity. 



MP20.1 

Quantitative imaging of acoustic backscatter 
coefficients^ E. Boote* J. Zagzebski, E. 
Madsen, T.Kall and M. Pozniak, Univ. of 
Wisconsin, Madison, WI, 53706 
Current clinica.l ultrasound scanners provide only 
qualitative inf oriustion on acoustical properties 
of tissue because operator, instrument and 
transmission path dependencies are inadequately 
accounted for during image formation. We have 
developed a technique for producing quantitative, 
instrument independent images of the acoustic 
backscatter coefficient and are inplementing this 
on a clinical scanner. Our imaging algorithms are 
derived from a previously reported method of da.t<x 
reduction which rigorously accounts for all 
experimental factors in a pulse-echo experiment, 
including the transducer pressure field, pulser- 
receiver electronics and attenuation, yielding a 
measure of the intrinsic scattering properties of 
a medium. A spatial mapping of the reduced data 
results in a grey scale image, where the 
brightness of each pixel is associated with a 
unique small range of oackscatter coefficients. 

To implement this technique on a real-time 
sector scanner, a high speed transient recorder 
and a memory buffer digitizes and stores echo rf 
signal for the entire image during a sweep of the 
transducer . The digitized data are sent to a 
computer for off-line analysis and Lnage display. 

Initial tests of the system produced accurate 
backscatter coefficient images of tissue-mimicking 
phantoms containing regions of varying scatter 
levels. Quar»titative images have been formed of 
in vitro samples of canine kidney (normal and 
transplant rejection) and human liver as well as 
of abdominal organs in vivo. 
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MP20.2 

High resolution imaging through image reconstruction 

of axial ly deconvolved B-Scans* 

A. Kenoentt PgronneauJ G. Deaowent 

INSERH U. 256, Hopital Broussais, Paris, France. 

In ultrasound imaging, where reflection images 
of a same structure can often be acquired under 
various incidences, a method has been developed 
for acquisition and processing of data. Ic consists 
in : 

. Acquisition of R.F. B-Svans 

. Line by line ID deconvjlution of these scans 

. Video detection 

. Image reconstruction by a filtered back projection 
process. 

A study on simulated data and phantoms for S/N 
ratio ranging from 50 to 5 dB will be discussed. 
As compared to 2D deconvolution, for a typical 
(256 X 256) image reconstructed from 16 scans 
of 32 lines each distributed on 120°, the process 
shows : 

♦ A gain of 10 on processing time 

. A gain of 4 on S/N ratio 

. A t,a1n of 5 on image definition. 

Works are now in progress to assess the influence 

of the variable propagation speed in tissues on 

the image quality. 



MP20.3 

Correlation of Ultrasonic Attenuation with 
Pathologic Fat and Fibrosis in Liver Disease, 
T. Un, J. Ophlr*, G. PotCer, Department of 
Radiology, University of Texas Medical School, 
6A3I Fannin St., Houston, Texas, USA 

The attenuation coafflclent In two groups (nj^ =70; 
n2 = 59) of pathologically graded in vitro human 
liver specimens was measured over a frequency 
range from 1.25-8.0 MHz and fitted to a power law 
model. The slopes of the power law curves at 5MHz 
were correlated with pathological score for fat In 
Group I, which consisted of normal and fatty 
livers (no fibrosis); they were also correlated 
with the pathological score for fibrosis In Group 
II, which consisted of normal and flbrotlc livers 
(no intracellular fat). Significant (p<0.002) 
differences were found between the two groups. The 
fatty liver group exhibited approximately a 0.23 + 
0.06 dB cm-J- MHz--*- (fat grade)-^ behavior (mean + 
s.d.), while the fibrotlc li>^er group exhibited 
approximately a 0.11 + 0.01 dB cm""^ MHz""^ (fi- 
brosis grade)""! behavior. These results may ex- 
plain some of the conflicting literature In this 
area, and suggest that attenuation may In princi- 
ple be used for screening for liver disease, but 
not for differentiation between fatty and flbro- 
tlc conditions. 

Supported by National Institutes of Health grants 
^fROl CA38515 and ROl CAAA389. 



MP20.4 

Con5)arison of a Visual and A Digital 
Measure of Relative Echogenicity Applied 

to Fetal Lung and Liver, P. Carson*, 
M. DuPiQ.% C. Meyer, R. Bowerrnan, E. Chiang, 
R. Hayashi, University of Michigan, 
Ann Arbor, Ml 48109-0553 

Relative echogenicity is a key source of 
information in ultrasound images. An algorithm for 
quantitative measurement of relative echogenicity 
was inplemented, which corrects for digitally 
estimated differences in attenuation coefficients 
of two tissues with presxmiably identical overlying 
tissues. HiiG ToczzMzc of Tclativc ochogsnicity was 
studied on fetal lungs and livers in a sanple of 
172 digital images from 8 third trimester fetuses. 
TWO independent digital data sorters agreed well 
with each other; the 95% confidence limits for one 
sorter predicting the other's next data point on 
individual images and on average values for a fetus 
were 2.8 and 1.3 dB, respectively. Corresponding 
predictions of either sorter's echogenicity from 
visual readings by our most experienced reader were 
within +/- 4.4 and 2.2 dB, with 95% confidence. 
The somewhat higher precision and expected higher 
objectb'ity of the digital measure suggests 
po:;sible value in repeating the (generally 
negative) earlier studies of relative lung to liver 
echogenicity as a possible indicator of fetal lung 
maturity. Ihe digital measure is a better, but not 
essential, method of incorporating relative 
echogenicity in a multiparameter study of fetal 
lung roaturitj\ 



MP20.5 

BONE PROPERTIES AND ACOUSTO-ULTRASONIC BEHAVIOR 
A u ^' ^' Leichter*, A. Mittelman, and 

A. Heinrcb, Racah Institue of Physics and School of 
Applied Sciences Hebrew University of Jerusslem, 
and the Jerusalem Osteoporosis Center 
Samples of equal size of three groups of femoral 
heads were investigated: 32 from normal cadaveric 
bones without known bone pathology; 39 from 
osteoporotics (OP) (5 of them diabetic), and 7 from 
osteoarthritic patients (OA). 

For each sample three parameters were measured: 
1) The bone density (BD) in graras/cm^was determined 
by the Compton scattering technique. 2) The bone 
mineral content (BMCv) was determined by the 
Norland Bone Mineral Analayzer. The ^-esults in 
gr/cns yere divided hy the boae height to cbtair. the 
BMCv in gr/cm^. 3) The peak amplitude (PKA) of" a 
transmitted ultrasonic pulse and the pulse duration 
(PD) were measured by a AET 5000 system. From these 
data the relaxation constant (RC) of tho 
exponentially decaying pulse was calculated. 
The PKA and RC values were the same for the OA and 
OP bones, although the BD and BMCv values of the OA 
bones were significantly higher than those of the 
OP bones and those of the diabetic bones in 
particular. The PKA end RC values of the pormal 
bones, nowever were significantly smaller than 
those for the diseased bones, although the BD and 
BMCv values for the normals laj between those of 
the OP and OA. The acousto-ultrasonic parameters 
for th, normal males and females did not diifer 
while the BD and BMCv values /ere significantly 
different. ^ 
These results show that there is no simple relation 
ship between the acousto-ultrasonic parameters and 
the BD or BMCv values. While the latter represent 
measures of bore mass, the former may strongly 
depend on the structural elements of bone. 
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MP20.6 

Artifacts In Sonography: Physical 
Mechanisms. F.W. Kremkau, Center for 
Medical Ultrasound, Bowman Gray School 
of Medicine, Wlnston-Salem, NC 

The occurrence and tnanlfestitlon of approximately 
eighteen artifacts of acoustic origin in sonography 
are reviewed. Physical mechanisms Involved are 
described. They Include pulse length, pulse \7idth. 
Interference, reflection, refraction, side lobe, 
grating Icbe, attenuation, focusing, reverberation, 
resonance, speed error, and high pulse repetition 
frequency. Unexplained cases ire included to 
stimulate thought and discussion. These artifacts 
are manifested on images as added or missing 
objects and objects with incorrect brightness, 
location, size, or shape. Some artifacts are 
useful in interpretation and diagnosis (e.g., 
shadowing, and enhancement), while some can cause 
confusion and error (e.g., section thickness and 
reverberation) . A proper understanding of 
artifacts and how to deal with them when 
encountered enables sonographers and sonologists to 
use them in diagnosis while avoiding the pitfalls 
which they can cause. 



HP20.7 

The USB Of Vfltrasouiid to Assure Cc^rect 
Plnc9SMt of '■^•I Bye PlaqueSr B. Japp* 
C»J. Paviin, H.D. M'^jowan, D.G. Payne, 
E.R. Simpson, P.J. Fitzpatrick, Princess 
Margaret Hospiralr Toronto, Ontario, 
Canada. 

A popular brachytherapy method for treatment of 
choroidal melanoma uses an applicator consisting 
of ^^'I seeds in a gold shell. The plaque edge 
results in a very sharp dose gradient so it is 
importaitt to assure that the tumor base is within 
the periphery of the plaque. Ophthalmic ultra- 
sound is used routinely for imaging of choroidal 
melanoma. Imaging at the time of plaqut. p lacement 
and post--operatively may be used to show plaque 
position relative to the tumor and sensitive 
structures. Scans of the plaque are bbt'inedin 
^dtro in order to familiarize the operate-, with 
the images and/or optimize the materials of a 
dunsny plaque in order to get a better image of the 
plaque center or edge. At the time of operation, 
the plaque is secured over the tumour and its 
position is monitored with ultrasound or the dummy 
is positioned and scanned before exchanging it for 
the loaded plaque. We have used this method of 
assurance with 3 plaquo designs over the past 7 
years. Good localizations and some misplacements 
will be demonstrated. 



HP20.8 

Effects of Ultrasound Irradiation on Axonal 
Outgrowth in Chick Embryos at 1.1 MHz. 
JW Yip, MS Rosenthal*, YPL Yip, C Capriotti, 
BQ He, University of Pittsburgh, Pittsburgh, 
PA, 15261, USA 

Studying the effects of ultrasound irradiation on 
the developing central nervous system is important 
but difficult because of the immense structural 
complexity of the vertebrate brain and spinal cord. 
Using the' less complex chick sympathetic system as 
a model allows us to investigate the effects of 
ultrasound irradiation on one aspect of neuronal 
development, axonal outgrowth. 

Two-day-old chick embryos (stage i5) had two open- 
ings made in their shells to allow for ultrasound 
irradiation in ovo . The embryos were irradiated 
pulse mode (2000 Hz) at 1.1 MHz with a pulse width 
of 75 psec. Average power was 1 W/cm2. The em- 
bryos were irradiated for 5 minutes, on three con- 
secutive days starting on the third day of incuba- 
tion (stage 17). Following each irradiation, em- 
bryos were stagea and returned to an incubator (37 
C). One day post final irradiation, embryos were 
examined for the degree of symrathetic pregang- 
lionic axonal outgrowth using the marker horse- 
radish peroxidase (HRP) . 

Results to date have shown no evidence of any ef- 
fect on sympathetic preganglionic axonal outgrowth 
with this scheme following exposure of 75 embrycs 
and 75 controls. — 



MP20.9 

Ultrasonic Computed Tomography used 
in Noninvasive Temperature Measuring 
Yi-hong Yang & Hong-zhang Wang 
Dept. of Precision Ins t rumen t, Shanghai 
Jiao Tong Univ» , Shanghai , P. R.China 

In the ultrasonic hyperthermia, for the 
noninvasive temperature measuring and mo- 
nitoring a method of ultrasonic computed 
tomography with a ring transducer array 
model and a suitable algorithm have been 
developed. In order to get high resolu- 
tion with shorter calculation time sparse 
scan and sparse reconstruction have been 
proposed for measuring the inci*ement dis- 
tribution of sound velocity and then the 
increment temperature dis tribution. 
Since the sound beam can be partly hind- 
ered by the bone and air cavity in human 
body, resulting in a lose of projection 
data, the method of projection space ite- 
ration and the method of truncated pro- 
jection have been used to make a good re- 
construction from a limited data* 

The method of ultrasonic diffraction to- 
mography and the fast oonvolutlon-back- 
propagatlon algorithm are used for image 
reconstruction* Also, a new approach of 
diffraction reconstruction algorithms 
from limited data Is proposed. 
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KP21.1 

Weighted Moving Beam Therapy (WMBT) 
for Fast Neutrons (with special 
consideration of the neutron 
specific iuhomogeneity problem) , 
K.H.fiover , B. Hesse, W.j.Lorenz, 
Deutsches Krebsforschungszentrum, 
D-6900 Heidelberg, FRG 

A significant benefit for fast neutrons 
as reported recently is related to high 
energy p(65)+Be or - using monoenergetic 
14 MeV d-t neutrons to sophisticated 
treatment techniques. For the fast neu- 
tron therapy facility KARIN at the Ger- 
man Cancer Research Center the WMBT- 
technique and the corresponding treat- 
ment planning system have been devloped 
with the view towards optimization dose 
distribution . 

This computer controlled treatment tech- 
nique allows to match isodoses close^to 
the target volume and helps to overcome 
some problems followed from the neutron 
specific inhomogeneity problem where 
energy deposition is highlv depending on 
atomic composition of tissues. 
The results of CT-based computerized 
radiotherapy treatment planning verified 
by phantom measurements will be demon- 
strated and discussed in the presenta- 
tion . 



MP21.2 

NONINVASIVE THERMOMETRY: THE POTENTIAL OF 
MRI IN CLINICAL HYPERTHERMIA, N.A. Detorie*, 
D. Jenkins, Tkacik, Richland Memorial 
Hospital, U.S.C. Medical School, Columbia. 
South Carolina 

Temperature was used as a contrast agent to ilter 
the relaxation times of muscle tissue Imaged with 
a 1.5 Tesla MRI system (Philips Gyroscan). Spin 
echo Images prior to and post heating were Ti- 
weighted: TR=800msec. and TE=30msec. These Images 
demonstrate an expected and observable loss of MR 
signal with Increasing temperature. Temperature 
sensitivity can be dramatically enhanced via Image 
subtraction of the "prior" from "post heating" 
laage. Furthermore, selective point temperature 
measurements In tissue "prior" and "post Imaging" 
potentially provide a calibration for quantita- 
tively assessing the temperature distribution 
throughout the entire Imaged volume. Twelve Image 
slices (128x128) utilizing a single MR measurement 
can be acquired In approximately two minutes. The 
subtraction Images provide Information which may 
be applicable not only to tnermal modeling but 
also treatment planning. Our experience to date 
regarding heating and Imaging both In vitr o and 
?n patients will be discussed. " 



MP21.3 

Radiation Dose Estimation for Radioactive 
Isotopes of Lead Labeled with Antibodies . 
F. Hosain*} W.W. Layne and E.M. Billings, 
Department of Nuclear Medicine, Univ. of 
Connecticut Health Center, CT 06032, USA. 

It has been possible to label a monoclonal anti- 
body (B72.3) with lead-203 in our laboratories. 
Cyclotron produced Pb-203 (Tp of 52 h w-"th 80% of 
279 KeV photons), and Ra-224 generated Pb-212 (Tp 
of 1C.6 h with alpha emitting daughter products) 
are potentially useful for diagnosis and therapy, 
respectively. Radiation dose estimates have been 
carried out for anticipated clinical application. 
Calculations arc based on preliminary animal data 
obtained with the Pb-203 labeled antibody, and 
kinetic modeling. Information based on a kinetic 
model using human plasma clearance of indium-Ill 
labeled F(ab')2 predicted a maximum of 12% uptake 
of Pb-203 radioactivity in tumors of the size of 
kidneys (usual size of hepatomas treated) Pb-203, 
which reduced to 3.6% in the case of Pb-212 due 
to its short half-life. Further, a rapid uptake 
of 30% in the liver (clearing with a biological 
half-life of 1 day), and 5% uptake in trabecular 
bone without any biological clearance were taken 
for dosimetry. The S-absorbed dose factors were 
derived for 24 x 25 source-target combinations. 
Estimated doses were found to be 2.2, 0.25, 0.03 
mGy/MBq with Pb-203 for tumor, liver and marrow 
compared to corresponding values of 23, 9.2, 3.6 
for Pb-212 in equilibrium with daughter products. 



MP21.4 

The Impact of Dose Response Curves on che 
Accuracy in Clinical Dosimetry, P. Kartha* 
L. Unzl, S. Reddy and F. Hendrickson, 
Rush-Presbyterian-St. Luke's Medical Center, 
1753 West Congress Parkway, Chicago, IL 60612 

There is enough evidence that the dose response 
':urve is rather steep and that the accuracy of 
dose is important clinically. The purpose of this 
paper is to present dose response curves derived 
from clinical data obtained when treating certain 
types of tumors e.g. head and neck and cancer of 
the cervix and their implications in the accuracy 
of clinical dosimetry. The discrepancies observed 
in physical dosimetry, dose prescription, treat- 
ment planning, clinical dosimetry and aaily patient 
set-ups will be presented. These Inaccuracies may 
lead to eri-ors in delivered target absorbed dose 
of such magnitude that might change tlie probability 
of local control appreciably. Our experience and 
results In treating over 15,000 patients during 
the period 1971 to 1987 on the megavoltage units: 
Thpratron 780, varlan Cllnac 4 and an AECL Therac 
20, will be discussed. We have used dedicated 
computers to monitor and verify the set up para- 
meters while treating the patients with radiation. 
An analysis of our data indicates that a good 
quality assurance program in Radiation Oncology 
Physico alone can prevent the errors from 
occurring. 

loo 
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MP21.5 

Virtual Simulation in a Physical World: Some 
Practical Considerations^ George W. Sherouse*, J. 
Daniel Bourlasd, Kevin L. Reynolds, Hanis L. 
McMurry, Thomas P. Mitchell^ Julian G. 
Rosenman, Edward L. Chaney, Radiation Oncology, 
University of North Carolina, Chapel Hill, NO 
27514, and ^Radiation Oncology, University of 
Fiorida, Gamesville, FL 32610 

Clinical implementation of virtual simulation (the use of CT 
images and computer software in place of a conventional 
treatment simulator) requires the ability to transfer the 
geometry of the virtual patient and treatment unit to the 
clinical setting in a way which is both reproducible and efB- 
cient enough for routine use. We have separated this pr> 
cess into 1) repositioning of the patient with respect to the 
treatment couch, 2) localization of an absolute coordinate 
origin in the patient/couch system, and 3) absolute position- 
ing "by the numbers" of the treatment couch, gantry, and 
collimator* The first problem has been addressed by use of 
full- or hemi-body polyurethane foam molds formed within 
alignment jigs, the second by use of a clinically-locatable 
coordinate reference, and the third with the help of three- 
axis coordinate scales. Our early experience with use of 
these repositioning ard localization techniques will be 
presented. 



MP21.6 

Dosimetry of Labeled A6H Antibody,*TK 

Johnson, RL Vessella, SE Mittelstadt, ML 
Mathisen, BW Wessels, MK Elson, FM Grund, 
DJ Leightner, RK Chiou, PH Lange, VA 
Medical Center, Minneapolis, MN» 

A6H is a hxghly specific monoclonal anti- 
body targeted against Renal Cell Carcinoma. 
In phase I~II clinical trials, 10-20 mgra^* 3 
of antibody, labeled with 5 mCi of 1-131, 
was administered to patients with primary 
and/ur metastatic disease to ascertain in- 
vivo pharmacokinetics • A higher dose (50 
mCi, 20 mg) was administered if a tumor 
site imaged as part of a therapeutic dose 
evaluation series* Dosimetry estimates 
were made using the MABDOS software of 
Johnson • Data were modeled as four 
compartments comprising whole body (blood) , 
tumor, liver and spleen • The MABDOS 
environment allowed interactive model 
specification, integration of the resulting 
differential equations, calculation of 
cumulative activities, interactive 
definition of tumor site{s), Monte Carlo 
simulation of prominent photons for each 
source compartment, and dosimetry 
presentation in a tabular format by organ. 
Estimates of tumor dose ranged from 100 to 
1300 rads, and were highly dependent on 
estimates of tumor mass* Extrapolations 
indicate that much higher doses (100 lo 200 
mCi 1-131) might be tolerated by patients ♦ 



MP21.7 

Evaluation of the new 50 KeV race-track micro- 
tron with multi-leaf collimator for patient 
treatment, M. Karlsson*, H. Nystrbm, J. Stenberg 
and H. Svensson, Radiation Physics Department, 
University of UmeS, S-901 85 UmeS, Sweden. 

Clinical electron and photon beams for patient 
treatment have been developed on a new type of 50 
MeV race- track microtron in UmeS, Sweden. The 
collimating system on this unit is a new type of 
high resolution multi-leaf collimator. 
Electron beams at energies between 5 and 50 MeV 
can be used and the beam flattening is obtained by 
a computer controlled scanning system. A minimum 
of scattering material is Introduced In the beam 
and the measured depth dose data will therefore be 
very close to what is theoretically achievable. 
Photcn beams can be extracted at the same energies 
as for electrons. Also these beams are scanned and 
the use of very sharp flattening filters are there- 
by avoided. This will decrease the neutron conta- 
mination at high energies and also make the beam 
flattening more stable. The collimatiriu^ system is 
a newly designed multi-leaf collimator with 64 
leaves. To reduce the electron scattering in the 
treatment head the air has been substituted with 
helium gas. It is therefore possible to use the 
same collimating system for both electrons and 
photons. 

Except for a technical description of this new 
system, the presentation will include a full set 
of beam data, dosimetric data and some experience 
from the first patient treatments. 



MP21.8 

IMPLEMENTINKS AN IN-HOUSE QUALITY CONTROL PROGRAM 
AT HYPERTHERMIA FACILITIES^ P. Shrivastaya,*^/ 
T. SayW, D. Wilkiiisoi/, B. Paliwal / D. 
Beuchler , R« Steeves / Hyperthermia Physics 
Center, Allegheny-Singer Research Institute, 
Pittsburgh, PA 15212-9986, and University of 
Wisconsin, Madison, WI« 

A strong commitment to quality control measures 
is necessary at every hyperthermia facility to 
achieve safe, effective and reproducible 
reatments. Without these measures, the 
•ariability in heat distributions can be so 
*arge that the benefit of treatment may become 
inconsistent* The reccuiriendations for an 
in-house QA program developed by the 
Hyperthermia Physics Center (HPC) , under 
contract #N01-CM-37512 will be presented in this 
paper. These recommendations are based on the 
HPC experience in reviewing a nomber of 
hyperthermia facilities in the USA using a 
variety of equipment and participating in 
national cooperative hyperthermia trials* The 
recommendations include QA procedures and 
criteria for ensuring the proper operation of 
equipment and guidelines (1) for optimum patient 
setup, treatment delivery and documentation* 

(1) Hyperthermia Quality Assurance Guidelines, 
HPC Report No, 8803 (Radiation Therapy Oncology 
Group, 1101 Market Street, Philadelphia, PA). 
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MP21.9 

"Throidal Hormonal Changes During 
And After Head ^ And Neck Irradia- 
tion" A.K.Shukla ,D.K. Hazra, T.N. 
Edoliya, Y*C.Agarwal, V.K. Sachan, 
I.Chandra, J.K, Cancer Institute, 
Kanpur (India). 

The functional disorders of thyroid gland induced 
by its incidental inclusion in the radiation 
field during head and neck irradiation may 
be encountered. The onset of thyroidal hormonal 
changes may be predicted to be of measurable 
order even during the progression of radiotherapy 
as well as after its completion. The present 
study included 29 patients undergoing irradiation 
of head ^^nd neck region. The serum T3, T4 
and TSh levels were measured using radioimmuno- 
assay technique and the results were statistically 
analysed. The changes in mean T3 levels were 
observed to be statistically insignificant both 
during and immediately after the course of 
radiotherapy, whereas the alterations noticed 
in mean T4 levels were mere pronounced and 
lound to be statistically significant at the 
end and one month after the course of radiothe- 
rapy. The TSH levels indicated similar changes 
i»nd it was concluded that the radiation related 
lormalitie? may be more common than speculat- 
ed in the p » st. 



MP22.1 

In Vivo MR Spectroscopy of the Brain, 

M»A. Smlth^ Porter, V,T, Ayton, M. Lowry, C.J, 

Twelves, M,A. Richards, P,B, Garlick and M.N, 

Maisey« Divisions of Radlologrcat Sciences and 

Clinical Oncology, United Medical ard Dental Schools 

of Guy*s and St, Thomas's Hospitals, Guy's Hospital, 

London. 

In vivo human 31 P spectra have been obtained using 
a 1,5T MR imaging and spectroscopy system (Philips 
Gyroscan); A closely fitting phosphorus head coil is 
placed round the subject's head and both are 
positioned within the proton Imaging head coil. 
Images are obtained to identify the volume to be 
studied. The magnet is shimmed to 0,25ppm on the 
volume of Interest using SPARS (spatially resolved 
spectroscopy). The phospnorus spectrum is then 
acquired using ISIS (image selective in-vivo 
spectroscopy). Methods of spectral processing have 
been investigated to give a reliable estimation of 
peak area ratios. 

Localised brain spectra have been obtained from 16 
normal subjects of which 10 have been repeated after 
a delay of at least 1 month. The mean pH was 7,00 
with a standard deviation of 0,07; the percentage 
difference between repeated measurements was 0,6%. 
Results will be prejented on twenty patients with 
brain tumours. In some cases both before and after 
therapy. 



MP22.2 

In vitro Dosimetry by the Determinai^ion of 
the ATP-Decay in Devitalized L1210-Cfells 
with the Help of 31P-Nt^1R-Sp€otroscopy, 
W, Ulmer, St, Nferienkrankenhaus, Radiology, 
5900 Siegen, FRG 

Radiobiological dose-effect-relationships are usu- 
ally determined by an observation of the colony- 
forming ability of clonogenic cell cultures, 31P- 
NMR-Fourierspectroscopy provides a tool to deter- 
mine the fraction S of devitalized cells in a more 
direct manner, because it is possible to measure 
the ATP-cortents via the chemical shift after ir- 
radiation. Devitalized cells are not able to syn- 
thesize new ATP, and the remaining ATP must under- 
go hydrolytic decay processes. The experiments 
with L1210-mouse leukemia cells, which have been 
irradiated by 200 kV X-rays, show that the inte- 
gral ATP -concentration represents and adequate 
surrogate for the survival probability, and the 
applicability of the linear-quadratic survival 
function P 
S = exp(-cf D - p D ) 

has been tested by the determination of the ATP- 
contents via 31P-fJMR-spectroscopy and by the con- 
ventional method of the observation of the survi- 
val fraction. 



MP22.3 

An Adiabatic Half-Passage Pulse in Human 
Forearm ^^P NMR Spectroscopy. S. A. 
Altobelli*, M. V. Icenoglet, and E Fukushima, 
Lovelace Medical Foundation, and VA Hospital 
Ambulatory Care Unitf, Albuquerque, NM, USA 

This study evaluated an amplitude and phase modulated 
pulse* in forearm surface coil spectroscopy at 1.9 
T. This pulse performs an adiabatic rapid half passage 
to reduce the adverse effects of RF magnetic field 
inhomogeneity. Spectra generated using the pulse have 
15% or more S/N than spectra obtained using a single 
hard pulse which was chosen empirically to produce 
maximal signal and which is approximately a t pulse at 
the surface. Increased S/N wil! improve the time 
resolution of spectroscopy during studies of 

forearm exercise. The imager/spectrometer (NALORAC 
Cryogenics) allows specification of shaped RF excita- 
tion in terms of a text file table of RF relative 
amplitude and phase. The actual amplitude, puise 
duration (tp), transmit phase and offset frequency (fg) 
can then be specified at run time. In these experi- 
ments, N-point RF shape tables of the form: amplitude 
= sin(mw), phase = K-sin(mw), with m = 0,1,...,N-1 were 
used. N was either 256 or 512, w was t/(2(N-1)), and 
K was constant. The amplitude of the pulse follows 
one-quarter cycle of sine and the phase variation 
causes a frequency sweep which follows one-quarter 
cycle of cosine. The sweep ends at fQ+fs ^nd begins 
at fo+fs+NKw/(360-tp), where fo is the NMR frequency. 

^ MR Bcndall and DT Pcgg, J. Magn. Res., 67, 376 (1986). 
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MP22.4 

fhs DISC Puilse Sequence: Depth and 
Inversion with Sarfaoe Coils, G.D. 
Clarki^ and R.B. Rehr, Kedical Collego 
of Virginia, Riclraond, Vixginia, 23288 

Inversion of noclear aagneti^ation is 
difficult when attesipting selective excita- 
tion with surface coils becsose the inhoaao- 
geneoiia BB^tic fields procktcod by these 
probes will nutate the nagnetization through 
a large range of angles. We hove derveloped 
and tested a pulse sequaice which can invert 
nagnetization at a selected chcaical shift 
iMle also allowing a dei^ree of spatial 
localizatJxjn for in vivo spectroscopy. 

A sdiaped, eoEplex sech pulse Is used for 
the inversion of selected poaks within the 
entire sensitive volisoe of the saople. A two 
cycle, 90 usee sech pulse will produce near- 
ly isiiform inversion of a 100 Hs region 
in a spectruB. After a variable delay, four 
consecutive pulses are cycled through 16 
phsses friuch produces a '*depth pulse** . An 
FID f roB a voluae undergoing a nutation 
close to 90«> is observed. The Tx's of vari- 
ous natabolites can be oeasured using the 
inversion recovery experinent. The DISC 
sequence can also produce reliable values 
for the flux through the creatine kinase 
reaction as desoonstrated by both in vitro 
and in Tivo inversion transfer neasureoents. 



MP22.5 

Design of Notch Band Magnetic Reson&nce 
Pulse Sequences Using Optimal Control 
Techniques, V. Smith*. Department of 
Radiation Oncology, University of 
California, San Francisco, CA 94143. 

Optimal control theory has recently been 
used to design selective pulses, both for 
magneti.zation inversion and for time 
reversal . This approach has been 

extended to design pulse sequences 
providing uniform excitation over a 
specified frequency range except for a 
narrow band having essentially zero 
excitation . Such sequences czjd. be used , 
for example, for water-suppressed proton 
spectroscopy by centering the notch of 
zero excitation at the water resonant 
frequency . The Folak-Ribiere con j ugate 
gradient method was used to minimize an 
objective function based on the product 
of the actual and desired magnetization 
vectors . This product was calculated, 
typically, over a pulse sequ'snce of 128 
points for each of 21 frequencies 
covering the range of interest . The 
excitation profiles produced closely 
matched the ideal and did not exhibit the 
errors seen when the inverse Fourier 
transform small -angle approximation is 
used. 



MP22.6 

A NOVEL PROBE FOR A 7.6 CM WIDE BORE NUCLEAR 
MAGNETIC RESONANCE SPECTKOMETER D.R. Karrison. ^ 
S.A. O'Connor* D. Reid, P.J. England & P. 6. Morris 
Smith Kline & French Research Ltd, The Frythe, 
Welwyn, Hertfordshire, AL6 9AR U.K. and 
Biochemistry Dept., University of Cambridge 

Critical data on how medicinal compounds affect the 
function of whole animal organs can be obtained by 
means of a wide bore 7.6 cm nuclear magnetic reson- 
ance (NMR) spectrometer, operating at a frequency 
for protons of 360 MHz and phosphorus of 145 MHz, 
which can perform detailed biochemical analyses of 
the whole working organ. To maximise the data 
which may be obtained we have designed, developed 
and tested, with a variety of organs, a novel re- 
producible probe for the NMR spectrometer, which 
allows: the temperature in the rei^ion of the coil 
to be monitored and kept constant; the temperature 
of the perfusate to be kept at 37C; the organ to 
be stimulated electrically if necessery; the cap- 
acitors on the RF coil to be fine tuned whilst the 
probe is within the spectrometer. The probe is 
versatile in that different sizes of coil for diff- 
erent whole organs may be accotmnodated up to the 
maximum size of the probe. 
The excellent signal to noise characteristics of 
the probe have enabled us thus far to study rapid 
changes (10-20s) in the concentration of high- 
energy phosphate compounds in perfused rodent 
hearts induced by established as well as novel 
cardiotonic agents. 



MP22.7 

HYDRATION OF NITROGENOJS COMPOUNDS 
IN THE URINE MEASURED BY H-NMR 
SPECTROSCOPY, S.Nakaya*, Y.Tanaka, 
Y.Yoshioka, and N.Yasuda, Dept. of 
Physiol. 2^, Sch. of Med., Iwate 
Medical University, Morioka, Japan. 

Hic>- resolution H-NMR spectroscope (8OMH2, 1.9T.) 
hao been used to analyze human urine. The pealts 
of many components, especially nitrogenous 
compounds such as creatinine, free amino acids, 
etc. have been identified in tne FT-speccra of 
normal urine. In the present study, we examined 
the interaction between several such compound*? 
and water by comparing T^ and of water protons 
(NMR relaxation ^imes) az several different 
concentrations (0.1 - 10 M for urea, 0.01 - 0.8 M 
for creatinine,! - 10 mM for uric acid, 0.01 - 3 M 
for glycine). With the increa;5e of the 
concentration, T decreased linearly (2-3 sec) 
and T^ decreased 9xponentially (0.1 - 2 soc) with 
all compounds examined. The hydration number 
(mol H^O/mol) calculated based on the T^/T^ ratio 
(Kumosmski and Pess^n) was 8 for glycine, 4 for 
urea, and 0.5 for creatinine. For uric acid, 
the degree of hydration seemed to be smaller in 
acidic than in alkaline solutions which suggested 
that the urate crystals might be formed more 
easily in aciduria. 
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MP22.8 

PMR SPE)CTROSCOPIC ANALYSTS OF BLOOD PLASMA FROM 
HEALTHY AND CANCEROUS PATIhNTS, D»A. Wilkinson*, 
H*R» Giles, H*F. Acevedo, p.n. Shrivastava, 
Jarmillo, Allegheny-Singer Research Institute, 
Pittsburgh, PA 15212 and j. Dadok, a.A. 
Bothner-By, p. Mishra, Carnegie-Mellon 
University, Pittsburgh, pa 15213 • 

Blood plaanna frcxn fasted cancerous patients was 
ccmpared with plasma fron fasted healthy males 
and females using 620 MHz PMR spectroscopy with 
various degrees of resolution enhancement. 
Significant variations in the methylene and 
methyl resonances, arising mainly fron the 
lipoproteins (VLOL, ldL, HDL) were observed 
along with changes in the levels of 
(3 -hy3roxit>utyrate. These changes are 
accentuated by using difference spectroscopy, a 
technique which may provide more and better 
information about blood plasma than other 
techniques currently employed (e.g. line-width 
measurements) . Our data also show that factors 
such as sex and age are important in assessing 
the spectra • 



MP22.9 

Limits for Fast Exchanoe: Practical 
Considerations for NMR Relaxation 
Measurements, L John Schrelner, McGill 
University, Department of Radiation Oncolocv 
Montreal, Canada. 

The apparent nuclear magnetic relaxation rates measured for 
heterogeneous systems containing protons In a number of 
different environments, or spin groups, are functions of 
exchange rates between the spin groups and of the true 
inherent relaxation rates and spin densities of each group If 
the exchange Is 'slow', the apparent relaxation rates are the 
inherent rates; if exchange Is sufficiently last', the whole 
system is observed to relax with a single rate. The exchange 
rate conditions for the slow and fast regimes are determined 
with respect to the inherent relaxation rates of the spin groups 
Therefore, for example, the apparent proton T/s of tissue are 
well explained by the fast exchange two-state rnodel, while the 
apparent T^p's and Tg's of tissue are not. 
The details of the two-site exchango model will be reviewed to 
clarify the behaviour of the apparent relaxation in the transHfon 
rom the slow to fast exchange regimes. It will be shown that 
throughout the transition the spin relaxation Is characterized by 
two magnetization components. As the fast exchange regime 
IS approached, the magnetization fraction of the high relaxation 
rate component becomes vanishingly small. A practical limit for 
the onset of fast exchange. In terms of the inherent relaxation 
rates and the spin densities of the spin groups, will be present- 
ed This limit for apparent fast exchange Is dependent on the 
ability of the spin relaxation measurement to resolve the small 
fast relaxation component. The errors associated with the 
failure to resolve this component will be discussed. 



MP23.1 

Measurement of Thr^^ Dippncinn qi gone Architecture by 
Mlcro>computed Tomography l A. Feldkamp, S. A. 
Goldstein, M. J. Flynn* Ford Motor Co., Univ. of Michigan, 
and Henry Ford Hospital, Detroit, Michigan. 

A system for high-resolution, three-dimensional, x-ray computed 
tomography has been constructed and Is being applied to 
studies of the architecture of jn^r^ specimens of trabecular 
and cortical bone. The system Is comprised of a microfocus x- 
ray source, rotational and transiatlonal stages, x-ray image 
Intensffier, vidicon camera, video digitizer, and computer with 
array processor. Images obtained at a sequence of rotational 
positions are converted to maps of 2D projection Integrals and 
processed with a cone-beam reconstruction algorithm (i). 
Typical recon^ruotlon sets for specimens In the 1 cm^ range 
consist of 200^ density values. Resolution for this sample size Is 
foughiy isotropic with FWHM of 50 micrometers^ Better 
resolution can be achieved over a smaller volume by Increasing 
the geometric magnification. In applications to bone 
architecture, reconstructions are subjected to morphological 
analysis. 

1. Feldkamp, Davles. Kress, J. Opt.Soc. AM A2. 612 (1984) 

work supported In part by NIH.SIO-RR03348. AR34399 
and AR3 1793. 
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MP23.2 

A QCT Method for Analyzing the Spatial 
Distribution of the Bone Mineral within 
the Femur t M.M. Goodsittl*, D.C. Kushner2, 
S.C. Orphanoudakis3, R.R Kilcoynel, 
M.L. Richardsonli S.M. Ottl, W.P. Shumanl, 
^University of Washington, Seattle, WA, 
^Massachusetts General Hospital, Boston, 
MA, ^Yale University, New Haven, CT 

Presently, nearly all QCT bone mineral analysis 
techniques determine the mean mineral 
content within the trabecular region. This 
mean value, however, may not be veiy 
representative of the distribution of bone 
mineral content, and it does not yield specific 
m^crniation about where the bone is being 
resorbed and remodeled. We have developed 
a new method which automatically outlines 
the borders of the cortical and trabecular 
regions in cross-sectional CT images of bones, 
and determines the bone mineral content 
(BMC) within multiple concentric zones in each 
region. The BMC is referenced to that in a set 
of 6 calibration rods (97 - 1460 mg/cc CaCO^ 
which is scanned separately from the patient 
Histograms of the BMC within the cortical and 
trabecular regions are generated as are tables 
of the BMC wuhin each zone. The technique 
has initially been applied to CT images of the 
midshaft of the femur, and will in the future 
i)e applied to other bones. 

tWork supported by NiH 3RS grant RR05432 
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MP23.3 

CT Brain Volumetrlcs for Alzheimer's Disease, 
Nal-Chuen Yang*, Peter K. Lelchner, Godfrey 
D. Pearlson, Jose A. Mendlzabal, Joseph B. 
Bryer, Upma Dhlngra, Alan Tien and William G. 
Hawkins, Department of Radiation Oncology and 
Department of Psychiatry, The Johns Hopkins 
Hospital, Baltimore, Maryland. 

A new algorithm Is developed to calculate the cere- 
brospinal fluid (CSF) and brain volumes from CT 
scans of the brain. Computer software Is used to 
contour the brain automatically and strip off the 
skull. The CT number distribution for each slice 
Is generated and saved In a histogram. Beam-har- 
dening effects are corrected in two steps. First, 
a linear regression analysis Is carried out for 
mean CT numbers versus brain sizes for the brain 
slices. The mean CT numbers for all slices are 
then shifted to a standard value to take care of 
the "apical" artifact. "Shifted" histograms are 
then generated for all slices and summed together 
to get a global histogram. A global CT number 
threshold Is then calculated with a two-gausslan 
model and It Is accurate enough to separate and 
highlight the CSF's and the brain tissues In the 
central regions of all the "shifted" Images. The 
"cupping" artifact causes the peripheral CSF's 
too high In CT numbers and an empirical formula 
Is then used to correct for It. Preliminary 
studies show that the CSF versus brain ratios 
range from 12-22% In Alzheimer's Disease and 
3-7% In normal controls. 



MP23.4 

Improvements on Locally Optimal Run- 
Length Compression on CT Images, J, 
Liu* and M.W» Engelhorn, Zhejiang Uni- 
versity, P. R» China 

In locally optimal run-length compres- 
sion on CT images differential entropy 
is selected as a criterion for compres- 
sion. The reported compressed results 
for 12-bit CT images ere 8-9 bits/pixel 
which are far from tne criterion of the- 
se images which are from 5^5 to 6 bits/ 
pixel • 

Analysed result has given one of reason 
why the compression can not reach the 
upper limit is that the strategy is not 
perfect, option of a optimal compression 
format in every run is not always ensur- 
ed with that method. The com.>ressed re* 
sulvd after the improvements' are gene- 
rally closed to the differential entro- 
py, about 5.5 bits/pixel for 12-bit CT 
images. Thus the results have challenged 
to that the differential entropy is se- 
lected as a upper limit for compression. 



MP23.5 

Locally Optimal Run-Leng*h Compres- 
sion on CT Images without Restriction 
to Pixel Value, J.Liu^and M.K.engelhorn 
Zhejiang University, P.R. China 

Locally optimal run-length compression 
onCT images reported by other contri- 
butor is only applicable to CT images 
whose pixel value is 12-bit. However, 
pixel va-ues of CT images may be va- 
riable frc*n 8-bit to l6-bit. 
Single byte coding(SBC) has been puted 
forward to solve this problem. Ko mat- 
ter howmany word-length of pixel value 
is, the single byte coding based on 
byte has no trouble with it always. But 
one of most important problem in SBC 
is how a run-length size of noncoTipres- 
siblepixels would be decided. So colled 
"nonconpressible pixels" are not certa- 
inly in fact noncompressible, only r 
fain from conpression of these pixels 
is too small, so i^hey ore regarded as 
noncompressible. In order to search 
out a length of noncompressible pixels 
a search method and a dlscrimirator are 
defined. Then run-len£.th of noncompres- 
sible pixels cfn be determined reason- 
ably with the strategy, f.nd experiments 
have shown SEC are successful. 



MP23.6 

Practica] app3 ications of the use of 
re- constructed CT images in radiotherapy 
pJanning, C. Sims*, I. H. Manifold and 
J. Conway, Weston Park Hospital, 
Sheffield, SIC 2SJ, England. 

Some tumours, notably those of the head and neck 
and the oesophagus, require to be treated in a 
non-transverse plane. They may be displaced 
horizontally or vertically or both. Conventional 
planning of such tumours is difficult due to the 
difficulty in interpreting simulator films in such 
planes. CT gives improvements in the localisa- 
tion of the tumour and possibly, more importantly, 
critical structures such as the spinal chord and 

hhA Ki^O'frk <«*-/)PM (.l/s U«««.^ A^'tt^y ^ ^^«.u«.^ 

reconstructing transverse CT images into the 
appropriate oblique plane. Software has been 
written on the Picker Independent Treatment 
Planning System (ITPS) to allow planning to take 
place utilising central axis and off-axis oblique 
CT images 

The results of phantom s«-udies will be presented 
to show the accuracy of the method in addition to 
detailed examples Tor patients with tumours of the 
parotid, middle ear and oesophogus. Finally, the 
problems of verification will be addressed, 
together with a general discussion on the problems 
and pitfalls of planning in oblique planes. 
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MP23.7 

Errors in CBF Determinations by Xenon- 
Enhanced CT. WF Good, D Gur*, H Yonas, 
JM Herron. University of Pittsburgh, 
Pittsburgh, PA, 15261, USA 

The contribution of errors in arterial xenon con- 
centration estimations, CT noise and xenon arrival 
time to errors in the determination of regional 
cerebral blood flow by the xenon-enhanced CT tech- 
nique was evaluated by computer simulation and 
confirmed through a series of in vivo and phantom 
experiments. The results of this study indicate 
that approximating the arterial data by a single 
exponential build-up introduces relatively small 
errors. On the other hand, significant sources of 
error were found to be caused by CT noise and in- 
accuracies in estimating the xenon starting time 
in relationship to sequential scanning times. The 
overall system's errors in estimating CBF using 
this method depend on many factors and can be sig- 
nificant. Using current technology, it is not un- 
conunon that estimated flow value in a single pixel 
have errors associated with it which exceed lOOZ. 



MP23.8 

Ionization Chsmher Imaging of Megavpltage 
X-ray Treatment Portals, G. Luxton^, R. 
Gomez , M.A. Astrahan^ and T.T. Pham , 

University of Southern California School 
gf Medicine, Los Angeles OA 90033, and 

California Institute of Technology, 
Pasadena CA 91109. 

Imaging of raegavoltage x-ray beams was 
investigated using a 1 atm. gas ionization 
chamber, filled either with air or fluorinated 
hydrocarbon (freon), used for its higher 
density. The prototype detector consisted of a 
parallel array of 64 linear anodes separated 1 
mm center to center. Anode to cathode gap was 
4 mm. Images were formed by computer 
reconstruction from multiple projections, using 
the technique of filtered back projection, as 
in computerized tomography (CT). Reconstruction 
time on an IBM™ AT-compatible computer was 2 
min. A 10 mm diameter cavity of 25 mm depth in 
a 50 mm thick acrylic phantom was imaged with 
an air filled chamber at 4 MV. With freon fill, 
the one-dimensional full width half maximum 
(FWHM) was 2.0 mm for a slit in a 4 MV x-ray 
beam, almost independent of thickness of lead 
ncreen used to enhance contrast. Chamber 
resolution for a slit in a 21 MV beam decreased 
from 2.0 mn FWHM for no screen to 3.2 mm FWHM 
with a 1.5 mm thick lead screen. 



MP23.9 

A portal verification system for external 
beam radiotherapy using a two-dimensional 
array of silicon transit dose detectors, 
I.Uchida^ Y.Onai, T.Tomaru, T.Yamashita** 
M.Nakazawa** and K. Kane ta*t Cancer Institute, 
Tokyo, **cancer Institute Hospital, Tokyo, 
Japan. 

A portal verification system using a two-dimen- 
sional array of 289 silicon diodes has been 
developed to verify patient setup and the correct 
delivery of dose to the patient. Using this 
device, instantaneous information edjout the 
actual treatment beam passing through the patient 
can be collected simultaneously with the corwnotice- 
meat of iriTttdiatioa. Tuc uoXXecteu data are 
stored on a floppy disk for analysis at a later 
time. By doing quantitative dosimetric analysis, 
size and shape of each treatment field and water- 
equivalent thickness map within a treatment 
portal are displayed on a CRT and printed out. 
*>/ the comparison of the data obtained during 
different treatment sessions, field placement 
errors and changes of the patient thickness can 
be estimated and also from instant data obtained 
during a treatment, patient movement and motion 
of internal anatomy can be detected. 
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MP23.10 

Solid-view 3D-imaging for Brain Implants, 
K. Ayyangar*, N. Suntharalingam and 
Leslie Tupchong, Department of Radiation 
Therapy and Nuclear Medicine, Thomas 
Jefferson University Hospital .Philadelphia, 
PA 19107 and K.T. Daniel Yeung, Keh-Shih 
Chuang, Medical Image Processing Group, 
Dept. of Radiology, University of 
Pennsylvania, Philadelphia, PA 19026 

Improved visualization of brain implants and the 
associated dose distributions, through either 
solid-view modelling or wire frame display has 
recently been incorporated into the planning 
procedure at TJUH. This was accomplished by 

Vax 8300 and Lexidata Image processor hardware. 
It is now possible to display tumor volumes, 
radioactive segments of catheters and isodoses 
all as a 3D volume display. The resultant 3D 
object is interactively rotated to visually 
analyze the adequacy of the proposed implant. 
The display time for each solid view is in the 
range of 1-2 min per image. Wire frame data can 
be rotated much faster at 20 sec per image . 
Currently, the display time is a limitation. 
MorK is progressing however, to improve inter- 
active time using hardware capabilities of the 
Lexidata. The clinical usefulness of this 
new feature will be discussed with 
representative implant cases. 

G 
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MP23.il 

Computer Modeling of Fast Hsavy Ion Radiography 

Julius J. Almasi ^ and Cornelius A. Tobias 

Lawrence Berkeley Laboratory 

University of California, Berkeley, CA 9A720 

Heavy ion radiography (HIR) images are usually 
reconstructed from the residual range 
distributions of the primary heavy Ion beam 
behind the object. In the past plastic 
detector stacks were used to determine the 
location and residual range of the primary 
heavy Ions, we amend the possibility of 
using a single plastic detector sheet. The 
location and residual range of the primary 
heavy ions behind the rt)ject can be determined 
from the coordinates and the parameters of the 
etched tracks on a single detector sheet. A 
series of calculations have been carried out to 
determine the possible resolution and contrast 
of the (HIR) images using different heavy ions 
with different energies. We have calculated the 
absorbed dose In the patient as well as other 
benefits and limitations of this new method. 
Results of this calculation will be presented. 
We found that the new technique of analysis is 
faster than analyzing whole stacks of plastic 
and it can also give higher density resolution. 

§ NIH postdoctoral fellow. Present address 
Siemens Medical Labs., 2im N. Vain Street 
Walnut Creek, CA 94596 



MP23.12 

Reduction of scatter in portal Imaging. 

S. Shalev^, T. Lee and L. Reinstein, 
Manitoba Cancer Treatment and Research 
Foundation, Winnipeg, Canada R3E 0V3, 
and Stony Brook University Hospital, NY 



Portal films and on-line portal verification 
images obtained with high energy radiation 
exhibit poor contrast resolution and are notori- 
ously difficult to use. Image quality can be 
improved with the use of a thick metal plate to 
preferential ly absorb incident electrons which 
have been scattered in the patient. We have 
examined the scatter to primary ratio for films 
exposed under copper plates of different thick- 
nesses, using radiation from linacs with 6, 15 
and 25 HV maximum photon energy. A 20 cm thick 
tissue equivalent phantom simulated patient scat- 
ter. It was found that the scattered radiation 
can be reduced to about 10% of the primary beam 
for small fields and sufficiently th;ck plates. 
The experimental technique is described, and the 
implications in terms of improved portal image 
quality are discussed. The thickness of front 
screens in most commercial portal film cassettes 
is shown to be Inadequate for optimal contrast 
resol ution. 



MP23.13 

On-line portal verification, 
S. Shalev*, K. Leszczynsky, T. Lee, 
Manitoba Cancer Treatment and Research 
Foundation, Winnipeg, Canada R3E 0V9, 
and L. Reinstein, A. Meek, Stony Brook 
University Hospital, NY lUS'*. 



A digital Imaging system has been constructed for 
the acquisition of on-line portal images and the 
verification of beam locations during treatment. 
The detector consists of a metal/phosphor screen 
combination which is viewed by a high sensitivity 
video camera via an angled mirror. The video 
images are processed by an IT-I5I digital pro- 
cessing system with a host IBH PC-AT. Software 
nas uSEn wrJttcr. tc permit real-time frame summa- 
tion and non-uniformity corrections, and contrast 
enhancement is attained by thresholding, filtra- 
tion, real-time convolution and histogram modifi- 
cation techniques. Spatial resolution is better 
than 1 Ip/nw, and contrast resolution Is greatly 
superior to film. Examples of on-line portal 
images are shown for the head and pelvis, usin<j a 
cobalt therapy unit and a MV linac. A "m^vie 
mode" permits the visualization of patient move- 
ment during treatment. Portal images are com- 
pared with the prescribed portal boundaries from 
simulator films, and any significant discrep?r- 
cies ar'* displayed for imr^ediate operator Inter- 
vention. 



MP23.14 

Patient Dose Estimation Using 
Measured Portal Dose Distribution^ 
X. Ying* and J.W. Wong^ Washington 
University School of Medicine/ St. 
LouiS/ MO, USA. 



Treatment planning calculations are only 
nominal representations of the dose deliv- 
ered due to many treatment uncertainties. 
Portal dose distribution^ or image/ in- 
clude the treatment uncertainty informa- 
tion. With accurate dose calculations; CT 
data that adequately described the pa- 
tient/ an approximate model of the CT 
"error"/ the measured entrance and portal 
dose images can be used as constrainbs i:o 
adaptively improve the estimation of the 
actual dose delivered . The CT data are 
first used to predict a portal image. The 
ratios of the measured and predicted 
portal doses are used for CT corrections. 
The corrections can be made in terms of 
thickness and/or density and are confined 
to the region based on the "error" model. 
A recalculated image is then compared with 
measurement to begin another iteration 
until the images agree to satisfaction. In 
cobalt -60 simulations, excellent correc- 
tions were made for both density and/or 
thickness changes. (Supported by NCI grant 
CA-41574) . 
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MP23,i5 

Accuracy in matching of portal and simulator 
images for patient set-up verification, h. Meer- 
tens*, J. Bijhold and M. van Herk, The Nether- 
lands Cancer Institute, Amsterdam, The Nether- 
lands 

In order to determine discrepancies between in- 
tended fieldedges as documented on the simulator 
image and actual fieldedges as determined from 
portal images, corresponding anatomical structures 
in both images have to be matched. We developed 
a method for this purpose, Atter matching the 
digital images, field rotations and translations 
can be determined. The effect of the accuracy in 
the delineation of anatomical landmarks used for 
matching on the accuracy of the measurement of 
displacements of fieldedges was studied. Results 
showed that precise matching is extremely 
important if fieldedge discrepancies less than a 
Vew millimeters have to be determined. Tlie in- 
fluence of the choice of anatomical structures on 
the measurement will be shown for various tumor 
sites. 



MP23.16 

The precision of determining compliance 
with prescribed fields from conventional 
portal films, P,B. Dunscombe* and K. Fox, 
Manitoba Cancer Foundation, Winnipeg, 
Manito a, Canada R3E 0V9. 

Increasing emphasis is bcinc; placed on ensuring 
that the treated portal in radiotherapy is 
identical to that prescribed by the physician. 
VTith a variety of portal imaging techniques either 
in use or under development it is timely to c^^n- 
sider the precision with which Field Placemeru. 
Errors may be quantified and the factors which 
influence this precision, 370 measuremer.ts o" 

^eld Placement Errors (FPEs) have been made by 
16 observers on 20 prescription-treatment film 
pairs taken during routine radiotherapy for Ca 
prostate. Analysis of the distribution of FPEs 
measured under several different conditions has 
shed light on the significance, for the precision 
of the measurement, of the following factors: 
(a) relative magnification of prescription- 
treatment films; (b) the experience of the 
observer; (c) the contrast on the treatment 
film and (d) a double exposure technique. 



MP23.17 

Methodology and Computer Program for Trans- 
position of Image-defined Trajectories into 
Arch-Quadrant Stereotactic Devices - Henry 
Ford Hospital, Det., MI Zanwrano L,* Dujovny 
M, Martinez-Coll A, Mali^ G. 

Arch-quadrant stereotactic frames work based on the 
principle of aiming a target point from any entry 
of a formed sphere of known radius. Advances In 
Image- technology (CT,MRI,PET) intracranialleslons 
can be geometrically characterized with 3D or muUI 
planar software and the best trajectories to aim 
these lesions can selected and plotted on the Image, 
The transposition of these trajectories (angular 
setting)into stereotactic systems is mandatory in 
many stereotactic procedure like multi-trajectory 
serial biopsy and to correlate Image-data with 
histology, Interstitial intracavitary radiotherapy 
and image-guided laser resection. We developed a 
methodology and computer program (Fortran, Basic) to 
calculate angular setting of arch-quadrant frames. 
Frames need to be adapted isocentrically to the CT 
MRV and parallel to the plane of scanning. A tra- 
jectory will be defined by two points coordinates 
that are measured directly from an axial, a refor- 
matted or scoutview images or the 3D display. The 
mathe,;atical fundaments to calculate Angle A in the 
coronal plane and angle B in the sagittal planewill 
be represented. Experimental and clinical examples 
assessing the accuracy of the methodolgy and pro- 
gram are presented. 



MP23.18 

EVALUATION 0^ A COMMERCIAL MAMMOCRAPir^ IMAGE 
ENHAIJ^^MENT SYSTEM, R.H. Behrman*, R.G. Zrmenhof , 
and M.J. Homer, Tufts-New England Medical 
Center, Boston, MA 02111 



A commercial mammographlc Image enhancement 
system which Implements a real-time local 
adaptive video processing algorithm based on 
the Wallls equation (I) Is evaluated. Meas«»re- 
ments of the consplculty of mlcrocalclf Icatlons 
In mammograms made with a mammographlc phantom 
will be presented. These measurements were made 
with and without the enhancement system for con- 
tact as well as magnification maro,iiograms, under 
and over exposed films, and "realistic" maramo- 
^iQiim from actual breasts superimposed on the 
phantom. Distortion, high and low contrast 
spatial resolution, and variations of the con- 
splculty across the field of view are also 
characterized. 

(I) Wallls, P.H., *'An approach to space variant 
restoration and enhancement of Images," Proc» 
Symp» on Current Math. Problems In Image Science, 
Faval Postgraduate School, Monterey, CA, Nov. 
1976. 
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MP23.19 

3-D Reconstruction of Left Ven- 
T;ri'cle(lV)appliec to Coronary 
Artery DiS8ase(CAI)) ,LU PING and 
r»IA KONG ?U,AUiIL30:L l63,Zhejiang 
University , Hangzhou, PRC 

A microcomputerized image processing sys- 
tem for 3-Dreconstruction of LV has been 
developed and applied clinically for dia- 
gnosis of CAD^Using image sequence analy- 
sis technique, it will be fast to detect 
automatically endocardial and epicardial 
boundary of echocardiograms and reconstr- 
uct 3-D LV^LV will be divided into 20 3-D 
regional walls and 3-D images can be dis- 
played dynamically in CRT with 4 windows 
which indiriiually and rotatall/ display 
3-D^shortening of wall motion, 3-D/iwall th- 
ickening, 3-D wall thickness and normal re- 
lation of coronary artery purfusior to 20 
regional walls in pseudo color quantita- 
ti-vely^The location of coronary artery ob- 
structions can be predicted by observing 
the fvbnorrudlity of wall motion, thickening 
and thickness, The location, sizes and ex- 
tent uf n^/ocardial infarct and ischemic 
can bo dot ec tad. A /^roup of patients have 
been examined with this technique»Gontra- 
stin^^ with coronary angiography, the re- 
sult has made good coincidence^ 



MP23.20 

Noise Properties of Cineradiographic Films* 
M.Kiguchi, Y.Fujimura, T.Furukawa, 
R.Masuya, H.Yuasa, S.Nakagaki, Y.Ishimi 
and Y.Kodera*. Hiroshima University, 1-2-3 
Kasumi, Minami-ku, Hiroshima, Japan 

Noise properties of two cineradiographic films 
(Kodak CFT and Fuji MI-CF) were evaluated by 
Wiener spectral method. Films were processed by 
two different chemicals with several temperatures 
of developer (20-26®C) and different processing 
speedo (12-20 feet/min). At 24*'C and 14 feet/min 
with Fuji chemical, relative speed and average 
gradient were 100 and 1.67 for CFT film, and 174 
and 1.35 for MI-CF film, respectively. Three noise 
samples for each film which had the same gradients 
and sensitivities were prepared with different 
processing conditions. 

For all processing conditions, both quantum mottle 
and film graininess were higher in MI-CF film than 
CFT film. Although MI-CF film showed no evident 
differences among Wiener spectral values at any 
temperatures of developer, CFT film showed 
reduction of about 25-40% of Wiener spectral values 
at the low temperature. 



^-^23. 21 

A Critical Look At Video-Based laaging 
Workstations. V. V. Velocci* W. M. Gentles, W. Ho, 
R. Reed, Sunnybrook Medical Centre. University of 
Toronto, Toronto, Ontario, M4N 3M5, Canada. 

The application of video-based image processing 
workstations to medical and other imaging 
disciplines is becoming commonplace. Most of these 
sy£^<»ms incorporate commercially available 
hardware with custom software to perform the 
fundamental functions of image acquisition and 
processing. The power available in todays personal 
computers allows rapid analysis and processing of 
images but the performance of components 
responsible for display and especially image 
acquisition is far from optimal (oven with high- 
priced components). The inherent image quality of 
the original films can be significantly degraded 
as a result of the non-linear combination of 
effects at every stage of quantization and 
display. 

Four categories of effects may be 
demonstrated: 1) variations in transillumination 
intensity, and video camera response, 2) geometric 
distortion intioduced by the video camera, thi 
frame acquisition board ani the final display 
monitor, 3) noise from the camera and acquisitior 
electronics and, 4) a compromised dynamic range i . 
the overall system due to signal amplitude 
mismatching and quantization limits. 

All these factors, when not corrected, 
combine to compromise systch. spatial resolution, 
dynamic range and geometric representation of the 
image. This study will detail these effects and 
show that even when reasonable corrective measures 
are taken satisfactory image quality is achievable 
only under some conditions. 



MP23.22 

Three Parametei Equivalent Spectra as a 
Measure of Beam Quality, John M. Boone, 
Ph.D., Thomas Jefferson University 
Hospital, Philadelphia, PA 19107 

Radiological imaging equipment has undergone con- 
siderable technological improvements in recent 
years, and as a result there is an Increased need 
to precisely monitor the quality of x-rays for 
specific examinations. This is especially true 
in low dose, quantitative imaging and dual energy 
subtraction applications. In diagnostic radio- 
logy, the half value layer remains the "gold 
standard" index of beam quality. A technique is 
presented which, based on theoretical and empir- 
ical models, is capable of accurately describing 
the x-ray energy spectrum using three parameters; 
the equivalent kilovoltage (IVeq), equivalent 
aluminum filtration (Aleq), id the anode angle. 
Aluminum attenuation data are used to determine 
the values of kVeq and Aleq, while the anode 
angle is generally known a priori. The concept 
of the equivalent spectra is easily understand- 
able, and provides an accurate yet concise way 
of reporting x-ray beam properties. The 3 para- 
meter equivalent spectra model includes tungsten 
target attenuation and characteristic x-ray 
production. The equivalent spectrum may be 
preferred over the HVL for applications where 
spectral quality is important. 
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MP23.23 

Variances in Exposures Due to 
Energy and Intensity Responses of 
Contemporary Diagnostic Exposure 
Meters, Louis K. Wagner*, 
University of Texas Medical 
School, Houston, Texas, Frank 
Cerra, Thomas R. Fewell, Thomas R. 
Ohlhaber, and Burton Conway, Food 
and Drug Administration, 
Rockville. Maryland. 

Variances in exposure measurements using 
a variety of contemporary diagnostic 
exposure meters may result from syste- 
matic errors due to calibration, energy- 
dependence and intensity-dependence. 
The majority of general purpose diag- 
nostic exposure meters tested agreed to 
within 10% of each other if exposure 
rates were below 5 R per second and 
beam-qualities were typical for general 
purpose radiology, excluding mamm- 
ography. Variances up to 40% were ob- 
served for general purpose exposure 
meters at mammographic beam "Malities. 
In the mammographic range, mami». ^aphic 
exposure meters varied less th- . 3%. 
For exposure rates comparable to those 
in barium enema radiography the 
variances ranges up to 25%. 



MP23.24 

Patient Dose htonitoring in Diagnostic 
Radiology using Therapy Verification 
FHm, R.A. Geise* and H.J. Ansel, 
University of Minnesota Hospital and 
Clinic and V.A. Medical Center, 
Minneapolis, MN 



The measurement of patient skin entrance expo- 
sures during fluoroscopic procedures is compli- 
cated by the frequent movement of the patient 
and the use of automatic brightness controls 
for spot filming, cine and fluoroscopy. Small 
dosimeters such as TLDs can not be properly 
placed on the patient beforehand and kVp and 
mAs data may be inadequate for determining 
doses due to changing focus-skin distances. 
Radiotherapy verification film has been found 
to have a response in the useful exposure range 
for GI exams and cardiovascular cine. The de- 
pendence of sensitivity on kVp and variations 
in backscatter are small (less than 5%). Skin 
entrance exposures determined using film agreed 
with TLD measurements within a maximum range of 
21%. Film dosimetry also provides information 
about the field size which is needed for deter- 
mining scatter doses. 



MP23.25 

Effects of X-ray Tube Voltage waveforms 
on Image Quality and Patient Dose, 
M. Matsumoto*, H. Kubota and H. Kanamori, 
Osaka Prefectural College of Technology, 
Osaka 572, Japan 

The measurement of photon spectra has been 
carried out for various tube-voltage ripple-rates 
at 70 kV using objects of various thicknesses made 
of altmiinium and acrylic resin, photon spectra 
were transformed to energy spectra and exposure 
spectra, and then exposure attenuation curves were 
obtained. By using the radiographic sensitivity 
spectra of five screen-film systems and x-ray 
energy spectra, their radiographic sensitivity 
attenuation relations were introduced. From these 
radiographic sensitivity attenuation and exposure 
attenuation relations, mAs values and patient doses 
for obtaining the same radiographic density levels 
were compared for various tube-voltage ripple- rates. 
The blurring sizes in the radiographs due to object 
velocities were discussed. The results show 
q^ntitativeiy that the smaller ripple-rate yields 
less mAs values, hence there is less blurring in 
size due to object motion, as well as being able to 
use a lower patient dose. The advantages of, three- 
phase units compared with single-phase units were 
quantitatively demonstrated. 



MP23.26 

Mean Organ Radiation Doses in Cardiac and Carotid 
DSA, A, Mustafa^ and J. Janczek, Faculty of 
Medicine, Kuwait university. 

Patient skin doses as well as radiation sensitive 
mean organs doses fron cardiac and carotid digital 
subtraction angiography procedures were measured 
using a randc phantan, TLD calibrated dosemeters, 
and a Digitron 2 system. 

In cardiac DSA, a 30 degrees RAO projection was 
performed using the continuous mode at a rate of 
25 frames/secxxid over a period of 10 seconds. In 
carotid DSA, the high load pulse mode technique 
was used at the rate of 2 frames/sec. to obtain 
RAO, LAO, and Tcwn Voews. A total of 20 frames/ 
View were acquired. The phantan positioning, 
preparation, screening and exposure factors 
were made as close as possible to those done on 
patients. 

In cardiac DSA a mean entrance dose of 121 mGy 
was measured. The highest mean organ dose was 
for the lungs with a value of 14.4 mGy, and a 
range of 1-60 mGy. In carotid DSA, mean entrance 
doses of 177 mGy (RAO), 142 (mGy) (lAO) and 
185 mGy (Towns view) were measu e . The highest 
mean organ dose from the three projections was 
to the thyroid with a value of 21 mGy followed 
by the eye lens with a mean dose of 4.7 mGy. All 
other organs received mean doses below 1 mGy fron 
either procedure. 
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KP23.27 

Non-Invaslve kVp Measurement on High Frequency 
Generators , M. High*, N.Y. Medical College, 
Valhalla, NY 10595, A. Olson, SUNY Medical Center, 
Brooklyn, NY, and J, Elsenbarth, Beth Israel Med. 
Center, NY, NY 

Seven different commercial non-lnvaslve kVp 
measuring devices have been evaluated on several 
high frequency x-ray generators, both fixed and 
variable frequency types • The kVp monitors were 
all calibrated against the same Invasive voltage 
divider on the same three phase generator to 
assure they worked properly with generators they 
were designed for* 

The accuracy and usefulness of these kVp 
monitors was then determined when used on 
several of the newly popular high frequency 
generators* There was quite wide disagreement 
among the non-lnvaslve kVp monitors. Implying 
that the user of a non-lnvaslve kVp meter should 
be aware of just how suitable his Individual 
device Is for use with a particular high-frequency 
generator. 



MP23.28 

A P^-olotype of Multiple-slit X^ey Beam Imaging 
System for Clinical Applications* Y. Kume*, K. Doi, 
X*-W* Xu, P* S* Prieto, R* A* Schmidt, L. B* Dixon, 
Dept* of Radiology, The Univ* of Chicago, Chicago, 
IL 60637 

Multiple-slit beam imaging technique has been 
proposed to obtain high quality radiologic images with 
I.L-TV digital system* This imaging technique can 
provide high signal-to-noise ratio and low patient dose 
by lemoval of scatter and veiling glare, if the physical 
parameters involved with this technique are properly 
selected* 

Based on our previous studies, we have designed 
a prototype of multiple slit beam imaging system for 
clinical applications* We employ a linear stepping 
motor for accurate control of driving a multiple-slit 
assembly (MSA) and a high frame rate for image acqui- 
sition (60 frames/sec) in order to achieve short 
exposure time (less than 0*3 sec)* We shall also 
present methods of reducing line artifacts which may 
be caused by the inaccuracies in the slit width and slit 
separation of the MSA, and by the variation in x-ray 
exposures among different original frames. Prelimi- 
nary results on clinical cases will be presented* 

Supported by USPHS Grant CA24806. 



MP23.29 

Problems and Solutions in .Planning the 
Acceptance TesUnft of the Radlodiagnostic 
Equipment of a New University Hospital, 
N PalUkarakls*, Z. Kolltsi, 6. Panaylofakis 
and B. Prolmos, Medical Physics Opt, Univ. 
of Patras, 260 01 Patras, Greece. 



The new University Hospital or Patras with a capacity of 
730 beds has recently been completed. It is the first or 
three hospitals to be handed over to medical service fully 
furnished and equipped by the contracting enterprise. 
X-ray diagnostic units include radiography, riuoroscopy, 
angiography, conventional and computed tomography, 
mobile units and peripheral accessories. The acceptance 
testing procedure is designed to: (a) ensure that the 
performance meets the contract specifications, (b) 
establish a reference performance level and (c) comprise 
a pilot guide for the acceptance testing of the tvo other 
hospitals. 

A vorK plan and protocols have been developed to cover 
the required tests. The main checks apply to mechanical 
and electrical saTety, beam geometry, beam quality and 
intensity andradiationsafetyreatures.Spectfictests apply 
to biplane angiography, riuoroscopy, tomography and 
the peripheral accessories, i£. grids, cassettes and 
processors. The above tests vill be carried out vith the aid 
or commercially available as veil as "home made" 
equipment. The experience gained during this procedure 
vill be discussed. 



MP23*30 

Anthropomorphic Phantoms lor X^Ray Imaging System 
Evaluation, C, B, Caldwell* and M. J, Yaffe, 
Un-versity of Toronto, Toronto, Canada M4X 1K9 

Conventional methods of evaluating x-ray imaging 
systems generally involve assessment of the 
detectability of simple objects against uniform 
backgrounds. It is not clear how well results of 
these tests relate to clinical radiography where 
radiologists search for specific anatomic details 
against highly complex backgrounds. We have been 
developing anthropomorphic phantoms, radiographs 
of which present realistic images, similar to 
those of patients, to the observer. By providing 
more realistic detection tasks, such phantoms may 
be more appropriate than conventional phantoms 
for assessing and optimizing imaging systems* 

We describe the development of anthropomorphic 
phantoms using data derived from actual patient 
images. Phantoms are designed in layers, which 
are fabricated by a combination of 
numerically-controlled milling and photochemical 
techniques. Methods of designing both high spa- 
tial resolution phantoms and tissue- equivalent 
phantoms from dual energy radiographs will be 
presented. Finally, a study will be described 
which seeks to assess our phantoms* ability to 
evaluate imaging systems by correlating 
radiologists* ratings of image quality of patient 
ami phantom radiographs. 
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MP23.31 

Morphorogical Reference systea of Human Structure using 
Coiputer Graphics^Naoki Suzuki '%Hikio ItouMetsuo Okaaura* 
ME Research unit Jikei Univ.SchooI of Med.^Nihon KogakuK.K ^ 
105 Minato-ku Tokyo, Japan 



We have developed a systea of the Borphological database 
of the huaan body structure using a coiputer graphics 
technique.We designed this systea as a general purpose 
referense -ystea of body structure by reviewing the three 
diaensional iaage of bodies according one's purpose.This 
Systea is able to use with an ordinaly 16 bit personal 
coaputer and possible to carry the system only by diskets 
that install the prograa . 

The systea has 5 subprograas. They are aale wholebody, 
feaale wholebody, crania I part, thoracic part, heart and 
abdoainal part. Users are possible to rotate or enlarge 
the three diaensional iaage on CRT and also possible to 
eliainate a disused part to dear the aiaed organs. 
Dissection techinique is available to dissect the body 
surface or the organ to observe the inner structure of the 

aodeh 

This systea is supposed to be useful as a diagnosis sup- 
port systea for various aedical iaagings and as a tool for 
the education of medical students. 



MP24.1 

A Treatment Planning Technique for 3-D Dynamic 
Stereotactic Radiosurgery , D . Lefkopoulos* , P. 
Nouet, M.Rouzaud, J.N.Foulquier, M.Schlienger! 
A.Laugier. Services de Radioth6rapie» Hopital 
Tenon, k rue de la Chine, 75020 Paris, F^NCE. 

The goal of stereotactic radiosurgery (SR) is 
to deliver a large radiation single dose with 
a high degree of spatial accuracy into a small 
target volume (1 to 3 cm), within the brain. 

We propose a treatment planning technique for 
calculation of 3-D dose distribution with a 15 
MV Linac (Saturne ^13 CGR MeV). We use eight addi- 
tional cylindrical collimators (6 to 20 mm diame- 
ter). For target localization and patient immobi- 
lisation during treatment, the Talairach Stereo- 
tactic frame is used. Anatomical data (3r) are 
obtained from stereotactic arteriography, CT-scan 
and multiple stereotactic biopsies (if indica- 
ted). Calculation algorithms are bused on coordi- 
nate transformations and use the measured elemen- 
tary beam central axis percentage depth doses, 
dose profiles and TMR data to compute the 3-D 
dose distribution. The computing system is a 
microVAX-II computer and an FPS 120B array pro- 
cessor. We already have performe'^ 56 SR (50 MAV 
- 6 tumors) . 

Optimization is mandatory in SR because of the 
high dose level. We have developped such a method 
imposing a 3-D previsional dose matrix. A "best 
possiole" plan of irradiation can be found. 



MP24.2 

Dose Distributions In Dynamic Storootactlc 
Radiosurgery, B. Pike*, E.B. Podgcrsak, T. Peters. 
C. Pla, and A. Olivier, McGIII University, Departments of 
Neurosurgery and Radiation Oncology, Montreal, Canada 



A treatment planning technique for calculatfon of dose distributfons 
in dynamic stereotactic radfosurgery with a 10 MV Isocentric linear 
accelerator will be presented. The treatment planning for dynamk; 
radiosu^ery is a three dimensfonal problem, since during treatment 
both the gantry and the couch rotate simultaneously, the gantry 
from 30° to 330^ and the couch from 75° to -75°. The dose 
calculation accounts for the three dimensional nature of the 
problem and Is based on the two dimensional Milan and Bentley 
algorithm for the calculation of tissue-maximum-ratk) distributions. 
The patient surface and anatomical infornriatton Is obtained from a 
family of CT or MR scans, and a stereotactic frame Is used for target 
tocalization, treatment set-up, and patient Immobilization during the 
treatment. The dose calculational algorithm follows the gantry and 
couch rotation In an incremental fashton, arxl relies on measured 
stationary beam central axis percentage depth doses and dose 
profiles to calculate the normalized tissue-maximum-ratio 
distributions over a matrix of points defined on one of three 
orthogonal planes (transverse, sagittal, or coronal). The algorithm 
has been implemented within a general purpose stereotactic image 
analysis software system, allowing the user to analyze stereotactic 
CT or MR Images, localize target points, as well as to calculate and 
superimpose the dose dlstrioutions directly onto any CT or MR 
Image. The dose calculation algorithm will be disaissed In detail and 
the calculated dose distributfons for tho dynamic radiosurgery 
compared with measured data. 



MP24.3 

A Comput er-Controlled Radiotherapy Techniqu e 
for Carci noma ot the Esophagus, c.w. rhftngr 
Siddon, B^E. Bjarngard, Joint Center for 
Therapy, 50 Binney street, Boston 
MA 02115, U»S.A. 

The curvature of the esophagus and its close 
proximity to the spinal cord render major 
difficulties in the treatment planning for 
esophageal cancer. A dose inhoraogeneity of 
125% and a cord dose at the tolerance limit 
are considered acceptable, we have studied a 
conputer controlled radiotherapy technique 
using irradiation at a number of fixed gantry 
angles. At each gantry angle, a number of 
static fields are applied. Along the gantry 
rotational axis, they abut to cover the 
desired volume, wiiile each field is adjusted 
to conform to the target in the relevant 
transverse plane, itiis is made possible by 
independent collimator jaws. With dose rate 
control, the technique produces the same 
effect as if tissue compensators were used 
for each gantry angle. Dose distributions 
are coii^)ared with a four-field technique and 
conformation rotation without the subdivision 
into fields along the rotational axis. The 
proposed technique gives a dose inhomogeneity 
of 107% throughout the entire volume and a 
cord dose well below tolerance. The beam-on 
time is 1.7 times that of the four-field 
technique. 
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MP24.4 

KVALTlftTKBf OF CORRKCTIOW FACTOR PISTRIBPYIOKS IN 
VBOEUfiCXC TOKMMSHT PIAHHIHG 
Katherine Mah*and Jake Van Dyk 
Ontario Cancer Institute, Toronto, CAHADA M4K 1K9 

Dose coQ^utational algorithms which account for 
the effects of inhoiaogeneities are becoming increa- 
singly sophisticated. However, the in^lementation 
of inhozDogeneity corrections in routine treatment 
planning remains controversial. Certainly in radio- 
therapy of the thorax, differential transmission 
through lung tissues can lead to errors in both 
target and lung doses. Consequently, this results 
in inaccurate radiotherapy, major inconsistencies 
in dose data collected from multicenter clinical 
trials, and inaccurate dose-response data* 

To assess the in^ct of tissue inhomogeneities 
on routine treatments, the equivalent tissue-air 
ratio method was used to derive correction factors. 
CT-based distributions consisting of inhcasogeneity 
correction factors were generated for 100 patients 
who were entered into a prospective, clinical study 
on lung daziage. The correction factors were analys- 
ed within the target volume, at the point of target 
absorbed dose, wiwhin the irradiated lung volume 
and at the spinal cord. Results will be presented 
according to photon energy and treatment technique. 
The effects of ignoring inhomogeneities on our dose 
response data for lung damage will be discussed. 



MP24.5 

TREATMENT PLAN OPTIMIZATION PROM QUANTITATIVE 
BEAM'S EYE VIEW VOLUMETRIC CONSIDERATIONS, L.C. 
Myrianthopoulos*, G.T.Y. Chen and D.R. Spelbring, 
University of Chicago, Chicago, IL, USA 

The Beam's Eye View (BEV) method has many clinical 
applications. We have expanded BEV's potential by 
calclating the voliime of structures intersected 
by & beam which is blocked so as to encompass the 
target, viewed from an arbitrary angle. Plots of 
such volumes, as a function of gantry angle, show 
distinct minima and maxima. In the case of a tar- 
get in the right lung, occupying approximately 20% 
of its vol\irae, the fraction of tho ^left lung 
volume irradiated was minimum (4%) at 30 , reached 
32% at 105°, became 5% at 200 and 40% at 275 . 
(AP«180°, left »90 ). The minima for the cord were 
centered at 135 and 315 and were separated by 
two oroad maxinta. Treatment plans are best com- 
pared dosimetrically using dose volume histograms 
(DVH). However, current computational power ren- 
ders the calculation of DVH too time consuming for 
clinical use. This work introduces the extended 
BEV technique, which relies on geome*:ry, as a much 
faster alternative to comparing treat^^ent plans. 
Results for single beams are correlated with the 
correeponding DVH. The technique is then extended 
to multiple fields by keeping track of the number 
of beams through a givc^n pixel. The volumetric 
results of the combinations chosen by BEV are com- 
pared wi';h the corresponding dosimetric ones, as 
well as vith the results for the actual treatment. 



MP24.6 

Accuracy of Beam*s-Eye View Localization. Robert 
Smith*, James Galvin. Hospital of the University of 
Pennsylvania. 3400 Spruce Street. Philadelphia, PA. 

Beam's-Eye View (BEV) treatment planning has been routinely 
employed in our clinic over the last two ^^ears using a G.E. 
9800 CT scanner and G.E. Target planning system. This 
study examines the accuracy obtainable from BEV planning 
when the patients are scanned in the treatment position by 
personnel trained as both CT Technologists and Simulation 
Technologists. In order to test the accuracy of BEV planning, 
simulator films were obtained by setting up to the marks placed 
as part of the CT procedure and used as reference for the BEV 
procedure. Transparent hardcopy overlays of the BEV output 
which includes the target volume, ueatment field and block 
placement were used to test the agreement of the two 
procedures. In order to facilitate the comparison, the BEV 
images were presented as "shadow" images instead of the more 
typical "wire frame" approach. The comparison included an 
examination of the position of the reference marks on the 
simulation film and measured differences in the position of 
reference structures draw.i on the simulator film and also 
identified on the BEV image. In general, the two procedures 
were found to agree to within 5 mm for a wide range of 
treatment sites. Possible explanation of the differences is the 
effect of volume averaging of the reference structures when 
thick Cr cuts (0^ or 1.0 cm) are used. The magnitude of this 
difference is important if the BEV is to be used to generate 
shielding blocks for those cases where it is difficuh to 
determine block placement using a simulator radiograph. This 
situation occurs, for example, when overlying structures hide 
information on the simulator film. Problems associated with 
this treatment j)lanning technique will also be discussed 



MP24.7 

3-D Non-Coplanar Treatment Planning, G.J. Kutcher* 
and C. Burman, Memorial Sloan- Kettering Cancer 
Center, New York, NY, USA 

In conventional treatment planning the central 
axis' of the treatment fields are usually parallel 
to axial planes of the patient* With the 
availability of the new 3-D dose planning systems 
it is possible to design, calculate, and display 
treatment plans with non-coplanar fields. 
Strictly, these would be plans in which the 
central axis' of three or more radiation fields 
do not form a plane* However/ plans in which 
the radiation fields are coplanar, but are m a 
plane inclined with respect to an eocial patient 
plane comprise an important class of treatment 
plans that also can be designed with 3-D dose 
planning systems. 

Data will be presented on target and normal tissue 
dose distributions for elliptically shaped tumors 
that are irradiated with non-coplanar fields. The 
use of planar compensators to produce homogeneous 
dose distributions will also be discussed. The 
use of non-coplanar fields to reduce doses to 
normal critical structures will be illustrated 
with treatment plans for patients with para-nasal 
and pelvic tumors* 
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MP24.8 

An Interactive Method for Optimization of 
Electron and Photon Beam Mixing Through the Use of 
a Feasibility Search Algorithm , G. Starkschall»* 
and G.A. KenkelmannS Dept. of Radiation Physics » 
and Dept. of Clinical Radiotherapy ^ Univ. of 
Texas M.D. Anderson Hospital and Tumor Institute, 
Houston, TX 77030. 



When combining electron and photon beams for 
radiation therapy treatment planning, the provi- 
sional determination of optimal beam veights can 
be achieved by specifying dose constraints at 
various points and selecting any combination of 
beam veights that yields a dose distribution 
satisfying these constraints. This procedure 
differs from the more conventional optimization 
schemes in which dose values are specified and the 
optimization algorithm calculates that beam weight 
distribution that yields a dose distribution that 
comes closest to the optimal distribution. In the 
event that there is no combination of beam weights 
that satisfies the choice of treatment modalities 
and dose constraints, this method allows for 
interactive user modification of treatment 
modalities and dose constraints. 



MP25.1 

MRI-PET CORRELATION USING A COMPUTERIZED 
REGION-OF-INTEREST ATLAS AC Evans; C Beil, S Mar- 
rett, CJ Thompson, AM Hakim. McConnell Brain Imaging 
Unit, Montreal Neurological Institute, Montreal, Quebec. 

A procedure is described for combining anatomical informa- 
lion from MRI (or CT) and functional information from PET 
In a rapid fashion, MRI data is combined with a procedure for 
the definition, storage and recall of anatomically-based regions- 
of-interset (ROIs). An atlas of standard ROIs, defined for a set 
of 18 parallel planes spaced at 6mm intervals, provides a start- 
ing ROI template for each patient slice. Global adjustments to 
scale, orientation and position are applied to obtdn an initial 
match. Individual ROIs may then be moved, deleted or re-drawn 
as needed to refine the match. 

The ability to store the ROI templates ensures reproducibil- 
ity of analysis over long periods and introduces a standardization 
of analysis technique. In 25 brain structures, the mean coefficent 
of variation in glucose utilization measurements obtained by 5 
ncuroanatomically-trained observers was reduced from 8.1% for 
manual ROI definition to 4,0% using the template approach with 
MRL 

Template analysis for space-occupying lesions such as tumors 
or infarcts is illustrated with PET data from a stroke study em- 
phasizing the facility for rapid, reproducible analysis of multi- 
fniictional studies. MRI/PET matching for a structurallly intact 
caudate nucleus having reduced glucose utilization in Hunting- 
ton's disease emphasizes the accuracy of anatomical localization 
required to quantify small structures. 



MP24.9 

Auto-Contourinff of Risk--OrsaDs in 
Radiotherapy Treatment Planning, J. N. 
Roy*, P. Steiiiser and C. C. Ling, 
Department of Radiation Oncology, 
Ifaiversity of California, San Francisco. 
CA 94143. ' 

It is desireable to automatically locate 
and contour risk-organs such as kidney, 
liver and spinal canals on CT images for 
radiotherapy planning. This is often 
difficult; with simple techniques based on 
threshold criterion because of overlap 
in CT numbers mth the surrounding 
tissues. Thus, contouring techniques 
require substantial operator 

intervention. Our aim in this work was to 
minimize operator dependence and optimize 
the efficiency of the contour tracking 
process for these organs. We have adopted 
the quantitative image evaluation 
technique (QUIET) which takes into 
account a prior knowledge of the organ 
anatomy and offers among many options, 
contour tracking, contour smoothing and 
contour sha^e analyses. Our contour 
tracking algorithm allows defining a 
contour in extremely noisy and low 
contrast environments and contour 
smoothing technique provides selective 
elimination of convex and concave contour 
segments. Further details about this 
technique will be discussed. 

MP25.2 

Minimizing Brain Motion Contribution in MR 
Diffusion Imaging 

K K Kwong*, D Chien, R B Buxton, T J Brady, B R 
Rosen. Massachusetts General Hospital, Boston. 

In magnetic resonance imaging of diffusion, the diffu- 
sion weighted image can have significant signal changes 
when the diffusion encoding gradient is in one direc- 
tion but not when the gradient is rotated by 90 degrees. 
Our interpretation for this is that signal attenuation is 
produced only when the applied gradient is along the 
motion direction, therefore areas of anisotropic brain 
motion will or will not have signal attenuation, depend- 
ing on the direction of the diffusion encoding gradient. 
We observe a shift in position of signal attenuation in 
the image when the diffusion encoding gradient is ro- 
tated by 90 degrees. 

A subtraction of the two images with diffusion sensi- 
tization in orthogonal directions gives a map of 'flow' or 
'motion' signals. Adding the absolute value of this dif- 
ference image to the original image enables the calcula- 
tion of the diffusion coefficient minimizing brain motion 
or flow contribution. 
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MP25.3 

Comparison of Presaturation and 
Selective Excitation for Slab 
Definition in 3D FliASH MRI, M/u. 
Wood & V.R* Runge, Tufts University 
and New England Medical Center, 
Boston, MA 02111 



Selective excitation and presaturation 
have been evaluated as two techniques for 
defining a slab from a more extensive 
volume in three-dimensional {3D) FLASH 
magnetic resonance imaging (MRI) . 
Selective excitation was achieved using a 
2.6 millisecond radio-frequency (rf) 
pulse. The presaturation technique used 
a 2.6 ms selective rf pulse to excite 
tissue on both sides of a volume of 
interest. A non-selective rf pulse for 
imaging followed 10 ms later and it 
excited the slab more uniformly so that 
typically the slices deviated in 
intensity only one-half as much as with 
selective excitation. The reduced image 
intensity within presaturated regions 
minimized the consequences of aliasing. 
The presaturation technique also allowed 
a 3 ms shorter TE and avoided incomplete 
rephasing in the slice selection 
direction. 



MP25.4 

Surface Coil Excitation with Different 
Transmit Puises for High-Quality M! 
Imaging, R. Bader', J. Gehrig. H.-J. ^.bel. 
and W.J. Lorenz. German Cancer Research 
Center, D-6900 Heidelberg. West Germany. 

High-quality MR imaging is performed by using sur- 
face coils as RF antenna systems. However, the in- 
homogeneous RF transmitting field of surface coils 
reduces the quality of MR images in cases were no 
homogeneous excitation with body or head resona- 
tors is possible. A method leading to areas of 
nearly homogeneous sensitivity or constant signal 
intensities for uniform phantom materials is de- 
scribed. The new technique bases on a surface coil 
excitation with different transmit pulses and the 
superposition of the resultant image matrices to an 
averaged image. The RF pulse intensities are deter- 
mined by computer simulations of the signal yield 
shapes versus the axial distance to the center of a 
flat coil or loop. The signal intensity at a distance 
of half the coil diameter exceeds that obtained 
with a single surface coil excitation by a factor 
of 4 and is even 1.5 times that with a homogene- 
ous body or head resonator excitation, if the signal 
intensities are n< rmalized to the respective maxi- 
mum signal intensities at the center. The evidence 
in image quality impr^^vement will be demonstrated. 



MP25.5 

UagmtLc Resonance ImaQlnQ Studio 

Kenneth A. Kraft, Panos P. Fatouros 
and Ding-Yu Fei, Medical College 
of Virginia, Richmond, VA 23298 

Velocity profiles in flow models simulating a 
variety of normal and pathologic vascular 
conditions have been investigated using mag- 
netic resonance imaging (MRI). Validation 
experiments under identical conditions were 
carried out using laser Doppler velocimetry 
(LDV). Fluid having a T. relaxation time and 
viscosity similar to that of blood was circu- 
lated at a constant rate through the imager's 
2.35 T magnet. From MR images of flow pro- 
files, quantitative velocity information, as 
well as estimates of wall shear forces can be 
extracted. Images of flow through axisym- 
metric constrictions clearly reveal jet 
phenomena, flow separation, and regions of 
turbulence. Likewise, flow profiles through 
symmetric bulbs demonstrate flow reversals in 
separation zones, consistent with vortical 
secondary motion. The correlation of MRI- 
derived velocities over a wide range (5 - 180 
cm/s) with identical LDV measurements was 
excellent. 



MP25.6 

Two-Dimensional MR Plow Imaging* R.R. Price*/ D.R. 
Pickens/ T. Conturo/ G. Smith/ W. Riddle/ C.L. 
Partain and A.E. Jar.ies/ Jr./ Vanderrbilt 
University/ Nashville/ Tennessee 

Constant flow along c linear magnetic field 
gradient produces a shif'- in the phase angle of 
the transverse magnetization in direct proportion 
to the velocity conponent along the gradient 
direction* Several investigators have utilized 
"balanced gradients" and paired RF pulses to 
compensate for phase shifts resulting from flowing 
spins to produce MR angiograms* MR angiograms 
deprived from one-dimensional flow compensation 
sequences often suffer from art i factual flow voids 
when the flow direction deviates from the flow- 
encoding direction* We have developed imaging 
sequences which in essence interleave two imaging 
sequences within a single acquisition in which 
flow-encoding is achieved for both orthogonal (x 
and y) directions* Following acquisition/ special 
reconstruction software derives the component 
velocity images as well as the direction- 
insensitive magnitude image. Measurements have 
been carried out in flow ftontoms/ prepared animal 
models and volunteers. Flow images illustrating 
reduced direction-sensitivity achieved by two- 
dimensional flow encoding as compared to one- 
dimensional encoding sequences are presented* 



ERLC 
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MP25.7 

Optimizing of Exciting and Saturating 
Selective Pulses for MR Imaging 

U. Klose, Radiologische KHnik, D-74G0 TObingen, FRG 

MR imaging requires a excitation with frequency-selective 
pulses to achieve an image of a well defined slice. To 
realize thin slices, the use of small frequency band widths 
IS necessary, requiring greater pulse lengths in the time 
domain. As signal intensity decreases exponentially with 
time It IS desired to shorten echo time as much as 
possible. Therefore the choice of RF pulse length has to be 
a compromise between accurate slice profiles realized by 
long RF pulses and short echo time. 

rcr a selective pulse several pulse forms and filter 
furxtions can be used. To adjust the pulse form to the 
demand oi a choosen sequence, the profile of the excited 
slice can .^e measured by a special sequence. In a similar 
way the optimal pulses for the saturation of well defined 
slices can determined, which is desirable for some appli- 
cations la MR imaging like zooming free of fold-over effects. 

For the design of selective pulses for excitation and 
saturation a computer programme has been developed to 
generate arbitrary pulse forms, choose the needed frequency 
band width and shift the central frequency of the RF-pulse 
The properties of a variety of pulse forms has been ' 
determined experimently and will be demonstrated. For 
example it can be shown, that the slice profile after a 
excitation with a half sine pulse is sufficient for imaging 
leading to a shorter time for refocusing the slice selection 
gradient and a shorter echo time. 



MP25.8 

Slice Separation in Simultaneous Multislice MR! 
by J.B. Weaver*, P. K. Spiegel and T.R. DeRoo. 
Dartmouth-Hitchcock Medical Center. Hanover. 
New Hampshire, USA. 

Simultaneous multislice MRI acquires images of 
multiple parallel body sections with the same 
number of echoes that a conventional sequence 
requires for a single slice. The technique requires 
the select gradient to be on during the echo to 
separate the sections in the bandwidth sampled by 
the system. As many as sixteen sections have been 
imaged simultaneously. While there is potential to 
increase the number of sections imaged per unit time 
by a factor of sixteen or more, a factor of two to four 
Is more reasonable for routine imaging with the 
present hardware. 

The limitation on the number of sections obtain- 
able with the simultaneous multislice technique 
is that the images become more blurred as the 
parallel sections are brought closer together and 
as the field of view is made larger. We Identified 
an index of blurring. 

We will describe the simultaneous multislice 
technique and two ways of limiting the field of 
view. The first method of limiting the field of 
view Involves limiting the extent of the 180 pulse 
in the read direction. The second method uses 
presaturation pulses. We will compare the 
methods, describe the effects on image quality 
and show images obtained using both methods. 



MP25,9 

APPLICATIONS OF IMAGE REFORMATTING FOR 
MAGNETIC RESONANCE IMAGING, M.E. Bnmer, 
MSc*; R.L. Eisner, PhD; W.A. Fajman, MD; 
M.C. Brunner, MD; D.G. Schwartzberg, MD; 
Emory University Dept. of Radiology, 
Atlanta, GA 30322. 

Multi-Planar Reformatting (MPR) is the generation 
of planar images in any orientation from a three 
dimensional (3D) data set. We have developed a 
dedicated MPR software package for use with magnet- 
ic resonance (MR) images acquired with three dimen- 
sionally syrnmetric resolution using 3D Fourier 
acquisitions. Bi-linear interpolation is used to 
generate single-oblique reformats, and tri-linear 
interpolation for double oblique cuts. Typical 
data set sizes vary from 256*128*12 to 256*256*64 
pixels with approximately 1 mm resolution in all 
directions. 

3D MR knee images required interactive MPR, allow- 
ing multiple oblique views for optimal visualiza- 
tion of meniscus, cruciate ligaments and other 
irregularly shaped structures. 
Also, using a 3D acquisition followed by MPR, the 
scan protocol for knee imaging is substantially 
simplified, compared to conventional multi-slice 
techniques. MPR of 3D acquisitions of the pituitary 
gland provided excellent visualization of small 
lesions. The extremely large datasets (typically 
3-10 MBytes per scan) will make specific demands 
on hardware architecture and software for future 
MR image processing stations. 



MP26,1 

Response charac teristics of plane-parallel 
Ionization chambers for obliquely 
Incident photon beams 

B.J. Gerbl* and F.M. Khan, University of 
Minnesota, Dept. of Therapeutic Radiology, 
Minneapolis, MN 55^155. 

It has previously been shown that fixed- 
separation plane-parallel Ionization chambers 
overestimate the dose In the buildup region of 
normally Incident high-energy photon beams [1]. 
Those chambers also tend to overestimate the dose 
in the buildup region of obliquely incident 
photon beams. This overresponse at oblique inci- 
dence is greater than that observed for normally 
incident b^ams and is a function of chamber 
design, angle of beam incidence, and energy of 
the beam. Data will be presented that illustra- 
tes this overresponse of fixed-separation plane 
parallel chambers versus results obtained using 
both an extrapolation chamber and thin layer? of 
LIF thermoluminescent powder. A method to cor- 
rect for this overresponse will also be 
presented. 



1, 



5. E. Velkley et al. , Med. Phvs . 2. 14 
[1975). """^ - 
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MP26.2 

THE EFFECT OF THE BUILD UP CAP MATERIAL IN THE IONIZATION 
CHAMBER RESPONSE FOR Co-60 GAHHA RAYS. H.P.O. Rocha, Dep. de 
ProtecQao e Seguranga Radiologica/LNETI , Lisboa, Portugal, 
L.N. Rodrigues, E.R. Cecatti, and C.E. de AUeida*, Institute 
de RadioproteQao e Oosiaefcria/CNEN, Rio de Janeiro, Brazil. 

In order to deteraine the absorbed dose in a aediuo through the 
calibration factor based on exposure or keroa in air, the knowl- 
edge of the influence oi the wall and build up cap oaterials on 
the ionization chamber response is required. The effect of the 
attenuation and scattering of ^^Co gaosa rays in the wall and 
build up cap of the ionization chaaber as well as their no-air 
equivalence were studied for ' TKOl ionization chaaber(Oelrin 
wall). For that, build up caps with different thicknesses were 
constructed froa Oelrin, Lucite, graphite, C-552, A-150, and 
aluninus. It was performed three series of 25 neasureaents each 
for each cap which were individually corrected for pressure and 
tesperature. The experiaental set-up was theraically insulated 
therefore variations less than 0.1°C have been observed during 
each serie of aeasureients. The original chaaber cap were aeas- 
ured through out the experiaent and it was observed an agreeoent 
better than 0.1%. The response results for a special aaterial 
were plotted as a function of the wall and cap total thickness 
and extrapolated to the thickness corresponding to the nean cen- 
ter of electron production. The correction factors for a specif- 
ic thickness were analysed in relation to the cap aaterial and 
the relative responses coapared to the values calculated by the 
Spencer-Attix foraalisa for the cavity theory. 



MP26.3 

VALIDITY OF DOSE MEASUREMENTS AT HIGH ATOMIC NUMB- 
ER INTERFACES IN MEGAVOLTAGE PHOTON BEAM; Indra J. 
Das'^, Kenneth R. Kase, and Falz M. Khan~^, Dept. of 
Radiation Oncology, Univ. of Mass. Med. Center » 
Worcester, MA 01605, and +Dept. of Therapeutic Kad- 
iology, Univ. of Minnesota Hospital, Minneapolis, 
MN 55455, USA. 

Measurement of dose or dose perturbation factors 
at high Z iiterfaces are usually performed with a 
thin window parallel plate ion chamber. In the 
past, the use of ion chamber readings for the dose 
measurements has been questioned. This presentat- 
ion describes the various measurement piroblems and 
studies in detial the associated problem of the 
validity of dose calculation. Out of three factors 
(stopping power ratio, charge collection at the 
interface and W/e) r.e<>ded for the determination of 
dose, stopping power latio and charge collection 
were critically investigated. Using several types 
of commercially available parallel plate chambers, 
ex:trapolation chamber and TLD powder, the validity 
of dose measurement was studied for photon beams 
in the range of Co-60 gamma rays to 24 KV X-rays. 
It was observed that at high Z interfaces, most 
parallel plate ion chambers accurately measure dose 
for higher energy beams (> 10 MV) , but for lower 
energies, there is a significant difference between 
measured doses with different detectors. It is sug- 
gested that at high Z interfaces and lower energ- 
ies, dose measurements should be performed with 
either an extrapolation chamber or with a very thin 
window parallel plate chamber. 



MP26.4 

COMPARATION STUDY OF TWO PLANE 
PARALLEL IONIZATION CHAMBERS. 
C. Clnos and M.C. Llzuamf Hospital 
de Bellvitge. Barcelona (Spain). 

The use of plane parallel ionization chambers Is 
rcconnended for accuracy doslnetry of the high 
energy electron beans and they nust be used in 
electron beans of energies below Eo " 15 MeU 
(Spanish Protocol of Radiotherapy Doslnetry). 

A study of tuo plane parallel chanbers has been 
nade for obtaining the correction factors. The 
polarity effect, the reconblnat Ion correction and 
the absorbed dose to air calibration factors have 
been neasured. The stability of both chanbers and 
the leakage current have also been deternlnated . 

Ionization chanbers: PTU 0.4 cn3 , M 23343 and 

NACP - graphite 
Electroneter: N.E. 2500/3 - lonex 

Irradiation equipnent: Llnac Therac 20-Saturno. 



MP26.5 

DOSIMETRY WITH IN AIR CALIBRATED IONIZATION 
CHAMBERS FOR MEDIUM ENERGY X-RAYS. 
J. Seuntjens, H. Thierens*, A. Van der Plaetsen 
and 0. Segaert, Standard Dosimetry Laboratory, 
Rijksuniversiteit Gent, Ghent, Belgium. 

According to current codes of practice the absor- 
bed dose to water, D^, for medium energy X-ray 
qualities is determined by in phantom measurements 
with ionization chambers calibrated in air under 
reference conditions. The absorbed dose to water 
D^, is found using the equation 

D = M N. (jj /p) , p k 
w u k^^en w,air '^u u 

In present work the (i^gj^/P )„ ^j^^. conversion fac- 
tors, averaged over the energy tluence spectra at 
the measuring point inside the phantom, are deter- 
mined for X-ray qualities specified by kV and HVL 
of the primary beam. These spectra are calculated 
from measured primary spectra by the Monte Carlo 
method. Perturbation factors p for a 0,6 cm*^ 
graphite cylindrical chamber are^determined follo- 
wing the same procedure. Quality correction fac- 
tors k^^ are deduced from an experimental determi- 
nation of the energy response. For X-ray quali- 
ties with 2 mm Al < HVL < 5 mm Cu the p.^ and k^ 
corrections are respectively smaller than 2 % an 
I %. The results show also that accurate determi- 
nation of the air kerma-dose to water conversion 
factors require beam specification by kV and HVL, 
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MF26.6 

cinlcal neutr on beamf^ with gnpr^ iPf^ ^riv m ^ irm 

S. Vynckicr B. Hocini and A. Wambcrsic, 
UCL-Cllniqucs Universitalrcs St-Luc, 1200 Bruxcllcs, 
Belgium. 

Application of thermoluminescent dosimeters for fast 
neutron dosimetry is restricted due to theit low 
neutror sensitivity. In this ^^ap^r we report the 
variation of the relative sensitivity Ity (neutrons 
compared to 60-Co photons) of Lithlum-7 Fluoride 
{TLD700) as a function of dlfferc it neutron energies. 
The neutron irradiations werj performed at the 
neutrontherapy facility of Louvain-la-Neuve using a 
d{20)+Be, a d(50)+Be, a p(34)+Be, a p(45)+3e, a p(65)+Be 
and a p(75)+Be neutron beam, and at the Gent facllty 
using a d(14.5)+Be neutron beam. 
The ky-value increases with energ>^ For ex^aniple, 
10.5^ and 571^ was found at the maximum dose depth 
for the d(l4.5)+Be and the p(65)+Be neutrons 
respectively. The low k^-value at low neutron 
energies restricts their applicability to the 
determination of the Y"Component, as reported in the 
literature. The increase at high neutron energies 
allows the measurement of the neutron dose, since 
the Y-component for these neutron beams Is small. 
The influence of total dose (supralinearity), depth In 
phantom and field size will also be reported. 



MP26.7 

The orientation of ILD's - effects on 
dose assesaient. T.M.Kdx^e and 
D.I.ThvQites*, Western General Hospital, 
Edinburgh, Scotland. 

Ihe main advantage of UD naterials is their capability of 
dose estimates at isolated sites without Uie necessity of 
direct connection to cuiiberscnE anciUiary equipnent. Their 
size pemiits nany HB^s to be postioned in close proximity, 
giving good spatial resolution. Although seme methods have 
been devised to introdixre UD's into internal cavities, 
most are placed on the patients skin. 
At sites deep witliin the body \4iich are inside the prinory 
beam and veil av«y from the penunbra region, the scattered 
radi ition is reasonably uniform. Under these conditions ve 
would not expect the orientation of the HJ) to be important. 
In areas of non-uniform scatter such as outside the prinery 
beam and at the surface, orientation is iii^rtant. 
Ihe orientation effects on IdF chips,discs and rods placed 
<xi the surface of a phantom have bean investigated for both 
photcxi and electnxi beams. In addition the orientation effe- 
cts for scatter photon fields outside the prinory beam have 
been investigated. The results are presented with en^iiasls 
on radiotherapy applications. 



MP26.8 

THE ENERGY RESPONSE OF LiP TLD-lOO to Low and High 
Energy Photons and to High Energy Electrons for 
Varying Dosimeter Thickness. C. Reft, Michae.l 
Reese/University of Chicago Center for Radiation 
Therapy, Chicago, IL, 60637 

A number of papers have reported differences 
in sensitivity of LiP TLD-lOO to x-rays and high 
energy electrons in comparison to that for Co-60 
gamma rays in water and polystyrene media. 
Cavit;* theories and atomic number differences 
V^etween the dosimeter and media have been used in 
attempts to explain these variations. In view of 
the difficulties of calculating the relative 
responfies of TLD»s over a range of energies, it is 
recommended to calibrate them using radiation of 
the same energy as that to be measured. This is 
not always practical or convenient. In this work 
the energy response of pre-selected LiP TLD-lOO 
chips was measured in water for photon energies of 
O.OlOf 0.024, 0.045, 0.25, 4, 6, 10, 18, and 24 MV 
as well as 00-60, and in polystyrene for electron 
energies of 6, 9, 12, 15, 18 and 22 MeV. The 
results for three different TLD thicknesses (0.25, 
0.4 and 0.9 mm) were compared with the 
theoretically calculated energy response from 
Burlin cavity theory which is a function of cavity 
thickness. A discussion of the experimental and 
theoretical results will be presented. 

^A. Mc Kinley, 1981 Thermoluminescence (Bristol, 
0.K.S Adam Higler) 66. 



MP26.9 



p^fnli ''S^ nl^^ ^ computerized TLD 
Reader H Gfirtner>«c, t. Gerster 
and H. Kett, Staedt. Krankenhaus, 
Med. Physik, D-839 Passau, FRG. 



vL.r dosimetry since many 

years and reached two years ago a re- 
producibility of better than 2%. (single 
standard deviation). In order to ameli- 
orate precision further and perhaps fa- 
cilitate the sample handling we inter- 
faced last year our Harshaw model 2000 
TLD analyzer to a PDP 11/35 minicompu- 

TL s-gnal, temperature signal and clock 
are acquired during each readout and 
stored on floppy disk. The terminal's 
bell IS used to inform the operator 
about the readout status. (e. g. announ- 
ces that the next TLD has to be put on 
the planchet) 

The evaluation of the glow curves, 
which IS performed after the readout, 
runs either interactively or automati- 
caxiy . 

Using this computerized TLD reading we 
achieved a reproducibility of better 
than 1%. 
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MP26.aiO 

Heasureroent of Planar Dose Distributions Using 
Film in Therapeutic Electron Beams » A.S ShiuT 
V.A. Otte and K.R. Hogstrom, Dept. of Radiation 
Physics, University of Texas M.D. Anderson 
Hospital and Tumor Institute, Houston, TX 77030. 

In this paper, two techniques were used to 
obtain the isodose distributions in a plane 
containing the beam ?.xis. The first technique 
reconstructs isodose distributions from the 
central-axis percentage depth dose (CAX XDD) and 
the off-axis profiles. These profiles were 
determined from the film optical density profiles 
corrected ^or film non-linearity. The fluence 
factor and scaling factor were applied to the CAX 
XDD measured in the solid film phantom to convert 
to CAX XDD in water. The second technique 
combines the ion-chamber CAX XDD measured by an 
ion chamber in water with the off-axis profiles 
measured using film in the solid phantom to 
construct the isodose distributions. Comparison 
of the resulting isodose distributions from both 
techniques with ion-chamber measurements for 7, 
12, 15 and 18 MeV electrons will be presented. 
The agreement between the results of the second 
technique and the ion-chamber measurement is 
within IX from 95% to lOX isodose lines. 

These investigations were supported ^n part by 
NCI grant CA-06294. 



M?26.11 

A Pit Fall of Film Dosimetry for Combined Modali- 
ties of Treatment Beams, M. Kao* and W.L. Hsu, 
Rush-Presbyterian-St. Luke's Medical Center, 
Chicago, IL, and Tri-Service General Hospital, 
Taipei, Taiwan. 

Since the constant sensit.^ /ity of film to higher 
energies photon beams ana the constant mass stop- 
ping powar in the medium of the therapeutic energy 
range electron beams, the film has been used for 
megavoltage photon beam and electron beam dosime- 
try studies in medical physics. The data obtained 
from a single exposed film is equivalent to hours 
machine time with Ionization chamber and phantom 
measurements. Film has been used for routine 
clinical dosimetxry evaluation in the area such as 
the scattering from foreign bodies in a homogene- 
ous phantom, the beam penumbra and uniformity 
studies, and at the junction of more than one beam 
of a patient set-up, etc. This film dosimetry has 
been used for combined modalities of beams £md 
energies together. In the study we find a pit fall 
of dose interpretation of film dosimetry in apply- 
ing to the junction of electron beam with iOton 
beam. Some reasons are due to the film response 
difference to the incident direction of the elec- 
tron and the photon beams, and the dose calibra- 
tion to the media with respect to the phantom used. 
Without proper precaution, this film dosimetry 
leads to more than 7% deviation and even more from 
the actual dose expected. In some cases, it under- 
estimates tho hot spot at the junction, considered. 



MP26.12 

STUDY OF THE CHARACTERISTICS OF SEMICONDUCTORS t'OR 
IN VIVO DOSIMETRY DURING TOTAL BODY IRRADIATION AT 
LOW DOSE RATE, J, Van Dam* and A. Rijndens, Univer- 
sity Hospital St. Rafael, Dept. of Radiotherapy. 
3000 Leuven (Belgium) . 

The characteristics of Therados EDE semiconductors 
have been studied in view of their use for in vivo 
dosimetry during TBI with 18 MV X-rays at low dose 
rate. 

Six semiconductors have been exposeCi simultaneously 
with a Nuclear Enterprises 0.6cc thimble ionization 
chamber at depths of 3, 19 and 34.5cm in Perspex, 
corresponding to dose rates of 0.07, 0.05 and 
0.03Gy.min."l respectively. The mean ratio of the 
semiconductor over the chamber signal increases from 
1.009 to ).015 at 19 and 34.5cm depth respectively, 
with reference to the value observed at 3cm depth. 
The influence of dose, dose rate and degradation of 
photon energy with depth will be analysed selective- 
ly. This study in TBI conditions will be extended 
to higher dose rates of max. about 4 Gy.min.-l. 
Moreover the influence of temperature increase from 
room - to skin temperature has been studied. The 
dosemeters were applied on the outer surface of a 
Perspex water tank with heating element. The sur- 
face tempe '\ture was measured by a thermistor. 
Marked differences were observed between the six 
dosemeters: when increasing surface temperature 
^rom 22*>C to Zl^C (average skin temperature) the 
increase in responses varied between 0.5 and 3.5%. 



MP26.j3 

Dose estinQtes with a vQter calorimeter. 
T.M.K^» G.Gallovsay,J.R.Greening and 
D.I.Ihwaites *, Western General Hospital, 
Edinburgh, Scotland. 

A water calorineter is an absolute instrunsnt for direct 
msasuremant of absorbed dose in the mediun of clinical 
interest. Recent and on-gping work is establishing the 
technique as a practical mathod of obtaining absorbed dose. 
The water calorineter built at Bdinburgfi has been used in 
both high and low LET therapy radiation beams. Ibse esti- 
nBLetj have been cai^)ared to ionisation chamber measurements 
converted to dose for the low LET radiation using the lat- 
est HPA protocols (1983,1985). The calorimeter over-estim- 
ates by-vS.SK for ICMeV electrons and ^4% for 4 and 9MV 
photons. Results are presented for a wider rangq of energies 
over a range of dose rates and field sizes and different 
water ccxiditions. 

The over-response of the water calorijneter has been attri- 
buted to the heat defect in vater i.e. the disparity betw- 
een the absorbed energy i.rom the radiation field and that 
appearing as heat via the observed toi^rature rise. An 
independent method of measuring the iieat defect by a comp- 
arative absorption technique is described. 
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MP26.14. 

Teloacopic Method to Hotsure Backscatrered 
Radiation from Collimator to Beam Monitor 
Chamber, Hideo Kubo, University of Rochester 
Cancer, Rochester, New York IA6A2 

Charge collected by the monitor chamber is 
produced primarily by the primary photon beam. 
The controversy is whether or not an additional 
charge is created by the bacr cattered radia- 
tion (BSR) from the secondary collimator jaws, 
A pair of 10cm thick cerrobend blocks with a 
6.3mm hole in the middle was used to measure 
BSR. One block was placed against the secon- 
dary collimator and the other 200cm from the 
source. A Farmer chamber with proper build-up 
was positioned behind the second hole to 
measure charge as a function of the collimator 
opening. Because the two holes were eligned to 
see a fixed area of the source and flattening 
filter, but not the secondary collimator jaws, 
the chamber reading should neither be influ- 
enced by flattening filter scattering nor 
collimator scattering and should reflect the 
correct amount of BSR. Results for 18 MV 
x-rays from a Therac-20 and a Clinac-1800 
indicate that approximately 8% and 1%, 
respectively, of fi^ad sire dependent output is 
attributed Co BSR when tht field size was 
changed from 2cm x 2om to AOcm x AOcm. The 
Therac.20 result is in agreement with that by 
Patterson and Schragge (Med. Phys. 8, 312, 
1981) . 



MP26.15 

A METHOD OF INCREASI»iG SENSITIVITY OF 
PIEZOELECTRIC QUARTZ DOSEMETERS, 
A Ghosh, Royal Armed Forces Hospital, 
Riyadh, Saudi Arabia and K V Ettinger* 
II University of Rome, Italy, 

Piezoelectric quartz dosimetry is based on chan- 
ges in the resonant frequency of resonators fol- 
lowing- an irradiation. The frequency changes are 
Cased by alteration in the elastic constants of 
quartz caused by changes in the charge state of 
impurities, which act as electron traps. The 
radiation response of quartz resonators was 
modified by drifting alkali 'tal icns into the 
bulk of the resonator, using Doherty method. It 
was also possible to introduce very small 
amounts of Al by means of drifting from Al-Hg 
amalgam applied to the surface. The resonators 
were fabricated from originally pure material, of 
so called 'swept' variety. After the impurities 
were introduced into 0.3 mm thick resonator, the 
continuous application of an alectric field re- 
distributed these impurities throughout the ma- 
terial. The measured sen^^itivity to gamma radia- 
tion has increased by a factor of 3 - 25, brin- 
Ting the useful range of quartz dosimetry very 
close to the radiotherapy dose range. For mass 
:ise the doping may be provided at the stage of 
crystal growing from the hot solution. 



MP26.16 

Clinical Experiences of Patient Dosimetry. 
G. Rikner* and S. Halldn, Department of Hospi- 
tal Physics, University Hospital S-751 85 Upp- 
sala , Sweden 
There are several dosimetric calculations which 
have to be performed before the prescribed dose 
can be delivered to the patient in external radia- 
tion therapy. To ensure correct calculations, 
direct patient dose measurements have been per- 
formed for many years with semiconductor detectors 
connected .o DPD 5 electrometers. 
To achieve field size independent readings build 
up caps have covered the detectors. However, this 
at the expense of perturbation of the radiation 
field, which is depending on the radiation quality. 
A maximum perturbaticn of about 5^ has been 
noticed. 

In a retrospective study which contains more than 
500 measurements the anreement between prescribed 
and measured doses hcv? been investigated. It was 
found that 95% of all measurements showed agree- 
ment within 5% for the SSD and isocentric treat- 
ments. This figure increased to about 8fo when 
wedged fields were used. No reasons for these devi- 
ations could be noticed. For larger deviations 
these could, however, be explained by 1) not 
correct dose per monitor unit setting, especially 
in complicated irregular fields, where it is diffi- 
cult to estimate an equivalent field size, 2) not 
stable dose monitor of the accelerator and 3) other 
systematical errors. 



MP26.17 

ESR READ-OUT OF jlNORGANIC SOLID STATE 
DOSEMETERS, K V Ettinger, II Univer- 
sity of Rome, Italy . 

Many of the solid state radiation dosemeters de- 
pend in their action on formation of paramagne- 
tic species, like free radicals, colour centres, 
electron and hole traps. ESR read-out is very 
accurate and non-destructive. In pure alkali ha- 
lides colour centres formed on irradiation give 
rise to an ESR signal, with amplitude depending 
parabolically on the ab&orbed dose. Zero-dose 
signal depends on the degree of purity and con- 
centration of point defects. Introduction of im- 
purities may result in appearance of paramagne- 
tic centres, even without irradiation, depending 
upon the value of ground state spin of incorpo- 
rated ions. Material known as TLD-100, which is 
essentially LiF with a few controlled impurities 
gives a strong ESR zero-dose signal, owing to the 
presence of transition metal impurities, but 
LiF:Mg, LiF:Ca, LiF:Ba, NaClrMg and KCl:Mg, all 
prepared by interdif fusion and coprecipitation 
give only a weak zero-dose signal, while preser- 
ving strong response to radiation, almost linear 
with dose. Some of the paramagnetic centres in 
bivalently doped alkali halides have been iden- 
tified and are described m more detail. 
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MP26.18 

Environmental Effects of Track 

Julius J. Almasi , Siemens Medical Labs. 
2A0A N. Main Street, Walnut Creek, CA 9A5>6 

CR-39 detectors are more frequently used 
in various fields of Medical Physics and 
Health Physics. CR-39s have many 
advantages over other low cost passive 
detectors. However, in experiments someone 
must be very careful with the application 
of these detectors because of the 
environmental effect of CR-39s We are 
reporting about an environment effect of 
CR-39S which can cause orders of magnitudes 
of errors in dose measurements. A 
mathematical model will be presented to 
describe the geometry of etched tracks on 
detectors which suffered from this 
environmental effect. This h^odel can also 
be used to estimate the errors of a 
measurement caused by this effect. We will 
present several different methods to avoid 
this environmental effect. We will present 
a computer program v-hich we developed to 
estimate the sensitivity and the resolu- 
tion of CR-39S at a particular measurement. 
This program takes into account not only 
the environmental effects but also the 
errors introduced by the etching procedure 
and the image analysis system used to 
count and measure the etched tracks. 



MP26.19 

Postal Dosimetry Comparisons with 
Alanine Dosimeters, K.J. 01sen**and 
J.W. Hansen^ / Dept. Rad. Phys. 
Herlev Hosp., 2730 Herlev, Denmark. 
2 Acc. Dept. Risr.e Nat. Lab. DK ^000 
Roskilde, Denmark. 

Uhen alanine is exposed to radiation stable free 
radicals are produced which may be measured by 
Electron Spin Resonance (ESR). Our dosimeters 
consist of alanine mixed with 5% polyvidone m 
the shape of 2 mm thick cylinders of ^.5 mm dia- 
meter. Alanine dosimeters have been exposed to 
various beam qualities m the dose range 10-100 
Gy at radiation therapy centers m USA, Finland, 
Poland and Denmark and measured at Risoc Nat. 
Lab. Doses were determined by corrparison with 
alanine dosimeters exposed to a ^^Co beam cali- 
brated with Fricke Dosimetry. At doses above 10 
Gy the standard deviation for dose measurement 
was l.lfo. Dosimetry comparisons better than 2% 
at the 95^ confidence level are possible. The 
dosimeters are easy to handle, robust and cheap 
and may be read repeatedly. Fading after 100 Gy 
of ^^Co gammarays is less than 2% in ^ years. 
Alanine dosimeters are useful for dosimetry com- 
parisons both for photons and electrons and the 
negligible fading make them ideal for documenta- 
tion of patient doses m radiation therapy. 



MP26.20 

THE COMMISSIONING OF AUTOMATED SCANNING 
DOSIMETRY SYSTEMS, C. R. Blackwell, 
R. A. Dahl, D. E. Mellenberg*, Mayo 
Clinic and Mayo Foundation, Rochester, 
Minnesota. 

The complexity of modern commercial scanning 
dosimetry systems requires a systematic approach 
to assuring their proper operation. A protocol 
for testing these systems was developed to 
assess comet performance. The following areas 
were included: 1) Accuracy and reproducibility 
of detector positioning; 2) Precision and 
stability of system detectors and electronics; 
3) Method of data acquisition; 4) Data processing 
and 5) Data output consistency. This protocol 
was applied to two commercially available systems, 
including the PS/2 Model 60 controlled Wellhofer 
WP600C. Results of the protocol measurements 
will be presented. This protocol represents an 
important component of an overall radiotherapy 
equipment quality assurance program. 



MP27.1 

Large IMcId K-cdgc Sublracllon Syslcm for 
Coronary Angiography using Synchrotron 
nadlallon, I :K-cdgc Sublracllon Syslcm In JAPAN, 
M. AkIsadat.S.Walanabc, 1 . Anno.T.TaKcda, 
M.Kaklhana.K.Nlshlmura.S.Hascgawa.K.Konlsl • 
K.HyodOpM.Ando.Unlv. of Tsukuba.Sal la'^ t McdJeal 
School, Univ. of Elcclro-comm. .Uni v.of Kyushu, 
Phoion Factory KEK 

The K-cdgc sublracllon mclhod is suilabic for 
Ihc rcducUon of ihc mlsrcgls l« al ion in Ihc 
sublraclcd image of ihc lnlrav«nnus coronary 
anglograpliy. Synchrotron Radial ion(sn) 

available al Ihe Phoion Fac lo.-y .NuUonal 
Laboratory for High Energy Physl cs .provides a 
new X-ray source which Is highly suitable for 
K-edge subtraction. This is due to lis high 
I ntensl ty, I ts parallelsm and lis 

monochromatlci ty available In a monocliromalor 
system. Since the sn beam size Is relatively 
small for In-vlvo Imaging, a special diagnostic 
system; tvo dimensional Imaging system, were 
constructed. The potential use and value of 
energy subtraction were successful ly 
demonstrated. 

And also an attempt at enhancing the boundary 
obtained from IVDSA coronary anglograohy was 
performed using "Minimum Difference of Density 
Method", because the boundary of the opacified 
coronary artery was difficult to be 
differentiated from the overlapping opacified 
ventricles. 
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MP27.2 

Expanded visualization capacity 
in the display of medical images. 

Paul R. Moran, phD 

Wake Forest University, The Bowman Gray School 
of Medicine, Department of Radiology 
Winston-Salem, NC 27103 

Human visualization of medical image 
display is severely limited, because eye-brain 
physiology restricts to contrasts of 1% , and 
less in non- ideal viewing conditions. The 
visual dynamic range, therefore, is something 
less than 7-bit s of gray- scale. Over the FOV 
in medical images, however, the originally 
acquired image-array pixel values can easily 
span dynamic ranges of 13 to 15 bits. Thus 
the intensity-scale of image information is 
often 50 to 250 times greater than what the 
human observer can visualize in a sin-'le 
conventional image rendition, Steven Pia^r 
and colleagues at UNO showed that image-array 
values may be mapped, in principle, so that 
the essential detail infotTnation can be 
well-displayed and visualized in 7-8-bits of 
displayable data. The methods for that 
scientific demonstration, adaptive histogram 
equalization (AHE) , ctn be vastly improved 
through a recently discovered alternative 
adaptive image- intensity mapping, dynamic 
adaptive contrast-windowing methodologies. 



MP27.3 

Bvdluntion of d Slot Scanned X-ray 
Xadging Systcm^incorpordting a TDZ CCD, 
D.W* Holdsworth and r,k. Gerson, Univer- 
sity of Toronto, Toronto, CANADA, h4X 1K9 
and A. Penster, John P. Robarts Research 
Institute, London, CANADA, H6A 5K8. 

Radiographic image quality is degradec' by noise 
due to scattered photons. Scanned projection 
radiography with a 1 to 2 cm wide slot beam ot 
radiation will remove most ct this unwanted 
scatter without introducing excessive x-ray tube 
heat loading. we have developed such a slot 
scanned systez^x in which a charge-coupled device 
operating in ;;:he Hme-delay-integration mode is 
used to detect U5e optical outpu. £rom an x-ray 
image intensifier. 96 iR*age lines ere collected 
simultaneously to reduce image acquisition time. 
The system has been designed to improve lesion 
detectability in digital angiography and digital 
mammography. 

We have constructed a prototype imaging system 
which acquires 512 X 256 images in about 2 s. The 
limiting spatial riisolution of the system is 
determined primarily by the x-ray image 
intensifier mtP. Measirements of the CCD dark 
noise (270 noise equivalent electrons) and full 
well capacity (580,000 electrons) indicate a 
camera dynamic range of 2150 when cooled to 5^ C 



MP27.4 

Roconst-uction of Dynamic left Ventricu- 
lar Cavity Shape from Bi-^dircctional 
Projection ImaBCs, n.^'atsuo*^ I.Horibat 
Amlwata, Ji.\SuzunurQf )\Takao and 
K.Hayasaki, h'ap.oya Inst. of Toch. 
Nagoya , 466 , Japan 



3-dimensional imaging of loft ventricle 
is required to improve diagnostic eva- 
luat ion of cardiac wall motion and car- 
diac function. V/e propose an algorithm 
to reconstruct dynamic 3-D shape of left 
ventricle from bi-directional DF(digital 
f luorographical system) images. It 
utilizes contrast density information 
and the conic beam co-ordinate. The 
evaluation of the algorithm has been 
performed by the experiments using 
plastic phantom modeled on a real left 
ventricle of a hog. Fairly good recon- 
structing results have been achieved. 
We have applied the method to recon- 
struct a human left ventricular cavity 
shape U3ing sequential images of left 
ventricle taken from RAO30 and LAO60 by 
conventional DP system. The resulting 
recontructed images are displayed on TV- 
monitor as a movie of heart-beating 
i.Hage, which can clearly express local 
wall motion disorder. 



MP27.5 

QUANTIFICATION AND VISUALIZATION OF 3D CARDIAC 
IMAGERY. N.F. Ezquerra*, E.V. Garcia, a.W. 
Pelferi CD. Cooke, J.L. Klein, J. P. Skelton, and 
W.S. Briggs/ Georgia Tech and Emory University 

It order to aid physicians In the visualization 
and determination of the extent and severity of 
coronary artery disease, a technique has been 
developed to unify the physiological Information 
obtained from thalllum-201 (Tl-201) perfusion 
distrJbutlon, and the anatomical Information 
obta Ined from coronary arteriography. The 
perfusion Information Is obtained from tomograms 
of the myocdrdlum after patient Injection of 1 - 
201 at peV oxercise, and the 1nforft.3it1on Is then 
quantlfleu o obtain maximal count profiles that 
are mapped ito a 3D ellipsoid that approximates 
the myoc?. ym. The patient-specific arterial 
tree, wh1c> s superimposed on this ellipsoid. Is 
obtained f i a 3D geometric reconstruction 
performed t simultaneous biplane aniographic 
images. The ^constructed arterial structure Is 
approximate i by successive segments of 
generalized elliptical cone frusta, and along 
with the color-coded myocardium are modeled using 
a software package that we developed. The 
methodology has the capcblllty of displaying 
models that can be viewed and Illuminated from 
any orientation in space. This methodology has 
been tested with a phantom and Is currently being 
tested with patient studies. 
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MP27,6 

A Approach to light Imging oi tht B^ej^t 
Abund 0. Wist* Panos P. Fatouros and P.R.S. 
Kishore, Medical College* of Virginia, 
Richmond, Virginia 23298 

New, non-invasive iaaging techniques utilizing 
non-ionizing radiation for detecting malignan- 
cies of the breast are continually being sought 
as an alternative to mammography. We have 
designed, constructed and currently are testing 
a light imaging system which includes a pencil 
light beam, a scanning mechanism, provision for 
significant scatter reduction, a variable wave- 
length light source, and a low-noise sensitive 
detector. This system configuration was used 
to quantify scatter reduction and produce 
images of breast phantoms having low, medium 
and high scattering properties. The use of a 
tightly collimated beam improves dramatically 
contrast and resolution at the expense of 
detected signal strength. Similar measurements 
with a conventional wide-angle configuration 
illustrate a severe loss of image quality 
especially in high-scatter phantoms. Work in 
progress includes the development and use of 
more realistic breast-like phantoms, more 
powerful light sources, and faster and more 
sensitive detection systems. 



MP27.7 

Ewii^jstHan of Radiogrsphic tifm M7F ty means 
of & Linear an^ of Phaiadiades 
A. Caslellano* G. Borasi ^, EM. Staderini G.E. 
Gigajite^'**' * Dip. Rsica Univershii' di Lecce, ^ 
OspedaJe Civile di Reggio ^ Centro per T 
Ingegneria Biomedica dell'Universcta* di Roma "La 
Sapienza", Corso Vittorio E. 244, 0018S Roma, ITALY. 

The method to evaluate the performances o£ 
radiographic systems is actually that to 
determine the MTF of a film, or film-screen 
combinations. To do this is necessary to measure 
the LSF using te^t samples and a 
microdensitometer (m.d ), the procedure is quite 
long, because of the reading of the film pattern 
vith the m.d.. For many radiographic 
examinations the spatial frequency upper limit is 
belov that of the m.d. The availability of linear 
array of photodiodes and CCD has opened an 
attractive vay to perform densitometric 
measurements. The spatial resolution of these 
detectors, i.e. the distance of tvo neighbor 
sensitive elements, are in the range 7-25 microns. 
Therefore. the Hyquist frequerr^y of these 
detectors are in the range 70-20 Lp/mm. vithout 
any optical magnification of the pattern These 
performances are lover then that attainable vith a 
m d , , but are enough to measure LSF of a 

radiographic film, used for typical clinical 
examinations. Ve have tested this using a linear 
array of photodiodes (Reticon) to measure the MTF 
of radiographic films, a comparison vith a 
traditional procedure has been done. The results 
obtained by means of the prototype system are 
sstisfactory , Hov ve vill develop a dedicated 
densitometric system, to be used in the evaluation 
of MFT. 



MP27.8 

Information Spectra of Radiographs Including 
Effects of Scatter and Object Velocity, 
H. Kanamori*, M. Matsumoto and H. Kubota, 
Kyoto Institute of Technology, Kyoto 606, 
Japan 

The information spectrum is offered as an 
overall expression of image quality and system 
performance. Its formula is 

I(V) = log^/l + p(V)/n(V) bits 

where v, p(v) and n(v) are spatial frequency, 
signal Wiener spectrum and noise Wiener spectrum, 
respectively. The information spectrum combines 
synthetically the contrast, the latitude, the 
sharpness by p(v) and the granularity by n(v), and 
is expressed as a function of spatial frequency. 
The inforroation spectrum can be readily calculated 
by using the dynamic range, and the MTF and noise 
Wiener spectrum at medium dynamic range. The 
detcctability of a low-contrast object and the 
resolution of an object can be explained by infor- 
mation spectral values in low- and high-frequency 
ranges respectively . 

The contrast degradation effect of scatter, 
the blur due to object velocity, and the detecta- 
bility-enhancement effect of poor MTF are demon- 
strated by the information spectra. 



MP27.9 

Specifications and Acceptance Testing 
of Diagnostic X-ray Equipment for a 
Developing Country, M.K. Tecson*, I. Talusan 
and E. Sstoesta, Radiation Health Service, 
Department of Health, Manila 1003, 
Philippines. 

The Radiation Health Service of the Department 
of Health is the regulatory agency for the con- 
trol of electronica3.1y produced radiation in 
the Republic of the Philippines. Oftentimes it 
is consulted for purchase specifications and 
acceptance testing of diagnostic x-ray equip- 
ment. 

The report discusses the difficulties encoun- 
tered in preparing purchase specifications and 
in doing acceptance testing for newly installed 
100-mA, 125 kVp x-ray units for primary care 
hospitals. Several factors nonnally taken for 
grsmted for developed countries are of major 
significance in the Philippines. Exanples are 
problems in the availability, quality and sta- 
bility of power supply. Once equipment has 
been delivered and installed, a medical physics 
team from our office has to travel to remote 
places to do the acceptance testing. Factors 
like difficulties in travel, security risks 
and the lack of suitable instruments for rug- 
ged travel have to be taken into account. Oth- 
er administrative factors must also be consid- 
ered. 
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MP28.1 

A Review of Futuristic Detector Design Concepts 
for Achieving Ultra High Resolution in PET Cameras. 
Wai-Hoi Wong, University of Texas Graduate School 
of Biomedical Sciences, Houston, Texas, USA. 

The resolution of PET cameras has been improved 
steadily in the last 10 years. Current comznerciai 
cameras have 'intrinsic* detection resolutions in 
the 5-6mm range which is still two times worse 
than the theoretical limit. Current efforts are 
in improving the intrinsic resolution to the 2-3mm 
range and simultaneously decreasing the expense of 
using thousands of photomultipliers with their 
affiliated gamma-ray counting electronics. 
Decreasing the hardware complexity is desirable 
from the inventory, production, reliability and 
service considerations. Interesting concepts with 
various degrees of compromises between resolution 
and complexity have been proposed recently. These 
compromises also have significant impacts on the 
usable dynamic ranges in the count-rates of the 
cameras. Furthermore, some designs focus at 
improving the central resolution while others 
stress resolutions in a larger area. Esoteric 
scintillation light sensors from silicon avalanche 
photodiodes to specially designed multi-anode 
(or cross-wire-read-out) proximity imaging photo- 
multipliers have been employed. Various interest- 
ing 1 and 2 dimensional analog decoding schemes 
using common photomultipliers have also been 
proposed. This pap«r reviews these interesting 
design concepts and compromises. 



MP28.2 

Correction for the Effects of Spatial 
Resolution in Emission Tomography, 
R.W. Rowe, University of Texas 
Health Science Center, Houston. TX 
77030. 

The quantitative accuracy of emission tomographic 
images (PET and SPECT) is limited by the spatial 
resolution of current camera systems. Activity 
and size measurements in small objects are 
subject to severe errors because part of the 
activity at any point is detected at neighboring 
locations. This so-called spillover causes 
blurring of edges, cross-contamination of 
adjacent activity spaces and inability to recover 
true activity (so-called partial volume loss). 
Based on computer simulations, we have developed 
a pixel by pixel image correction procedure for 
cardiac PET which removes spillover from the 
mjrocardium into the ventricular bloodpool, liver, 
stomach and lungs, and removes spillover from the 
high activity myocardium into the bloodpool and 
low activity regions of the myocardium. As a 
result, normal myocardial activity is restored to 
within a few percent of its true value and the 
accuracy of defect activity measurement is 
improved. Size restoration also results. The 
same principles can be applied to other imaging 
applications in both PET and SPECT and promise to 
enhance the clinical utility of emission 
tomography. 



MP28.3 

Evaluation of a Masked Orbiting 
Transmission Source (K0T3) for PET 
Attenuation Correction. 

N. T. Ranger* and C. J, Thanpson 
McConnell Brain Imaging Centre, 
Montreal Neurological Institute: and 
Medical Physics Unit, McGill University 

Transmission scans are routinely performed to 
correct for gamma ray attenuation in positron 
emission tomography (PET). The transmission scan 
must be done before administration of the positron 
labeled compound. A new techinque is proposed and 
evaluated in phantoms and human subjects which 
allows the transmission scan to be done after, 'jnd 
in some cases simultaneously with the tinission 
scan. The transmission source, which orbits around 
the inside of the patient aperture, consists of a 
3 mm disk of Ge^ enclosed in a lead collimator. 

Only events from detector pairs which are 
collinear with this source are selected for the 
transmission scan, significantly improving 
contrast. Most remaining coincident events can be 
used to reconstruct an emission scan with reduced 
efficiency. The lead surrounding the source 
prevents contamination of the transmission scan by 
the emission scan. An attenuatiop^coefficient of 
•096 cm" for both water and j Ge solution with 
specific activity of over 5 kBq/cc, demonstrated 
excellent rejection of scattered radiation and 
radiation from the object being scanned. 



MP28.4- 

Effects of Axial Resolution and Sampling 
on Ima<:e Contrast for Multiplanar Emission 
Tomographic Systems, E.M. Kluksdahl* and 
K.J. Kearfott, Electrical and Computer 
Engineering Department, Arizona state 
University, Tempe, AZ 85287-5706. 

Because of partial volume effects, axial spatial 
resolution may greatly affect object visibility and 
data integrity for multiplanar emission tomographic 
imaging systems. Simulations have determined the 
relative importance of axial resolution and 
sampling on object contrast. Gaussian curves 
represent the point spread function of a 
multiplanar emission tomographic system. Ring-to- 
ring separation and axial full-vidth-at-half- 
maximum (FWHM) are varied to determine the contrast 
of objects at differing axial positions. 
When the FWHM is increased from 6 mm to 12 mm, the 
wider FWHM has a 50^^ decrease in contrast compared 
to the narrower FWHM. For a 3 mm object centered 
in a detector ring, 25X of the true contrast is 
obtained for a FWHM of 6 nun, in comparison to 13% 
with a FWHM of 12 mm. When the object is 
positioned at the axial midpoint of the detector 
ring and cross plane for a ring separation of 13 
mm, 21% of the true contrast is obtained for a FWHM 
of 6 mm compared to 12^^ with a FWHK of 12 mm. The 
decreased object contrast of wider FWHM point 
spreads, in the absence of specialized 3D 
reconstructive algorithms, could thus produce data 
losses or misleading artifacts more serious than 
Jliose due to small inter-ring gaps. 
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Relative Performance of Simulated Ann- 
ealing and Traditional Iterative Method 
for a Miniaturized SPECT, S.E. Hill*, 
K.J. Kearfott, Arizona State University, 
Tempe, Arizona. 

An image simulation and reconstruction system 
for a novel miniaturized -Jiulti-detector SPECT 
design has been used to compare the relative 
performance, of simulated annealing and a trad- 
itional iterative reconstruction technique. A 
variety of simulated phantoms were used with a 
range of photon counts between 50,000 and 700,000. 
The SPECT design \ad 128 detectors arranged in 
groups of 16 surrounding each of 8 pinholes. 
The 5 cm. radius sample was divided into 1961 
2 mm. square reconstruction bins. Results show 
comparable reconstruction quality between the 
two methods for all noise levels. Acceptable 
reconstructions were obtained for about 100,000 
counts and up on the basis of a picture distance 
measure of 0.55 using a normalized root mean 
squared distance measure. The simulated ann- 
ealing method is also shown to be consistent 
in reconstruction quality and time, although 
its reconstruction time is yet excessive for 
a microcomputer* 



MP28.6 

Ectomography using a Rotacinq 
Slant Hole Collimator , 
S* Dale* and P. Edholm, 
Karolinska Institute, S-10401 
Stockholm, Linkoping University, 
S-58185 Linkoping, Sweden. 



Ectomography is an alternative tomogra- 
phic method in gamma camera imaging. 
With a rotating slant hole collimator 64 
projections are registered and the de- 
sired sections are reconstructed by a 
two-dimensional filtered back projection 
technique. When imaging sections that 
are parallel and close to the body sur- 
face ectomography is advantageous to 
SPECT: the distance from the camera to 
the patient will be shorter and constant 
during the whole registration. This re- 
sults in a high and uniform resolution 
and a L and uniform attenuation. So 
far we have studied 1) coronar 99m-Tc 
sections of healthy and fractured hip 
joints for prediction of the healing 
course, 2) short axis 201-Tl sections of 
the heart for detection of coronary 
heart disease or infarction and 3) coro- 
nar 99m-Tc sections of the thyreoidea. 
The hip joint and the heart were imaged 
with both SPECT and ectomography. 



MP28,7 

The Hartley Transform: A Hfph Speeds Real 
jjoma t n Four i er r ranstorm bubst f tute t R7 
bteckner; U. Urost, I-. Hrato, bt. Joseph's 
Health Centre of London and University of 
Western Ontario, London, Canada. 

The Hartley Transform (HT), a real domain 
Fourier Transform (FT), was applied to Nuclear 
Medicine Image process I ng. The HT Is 40% faster 
and requires 50% less memory than an FT. 

The discrete representation of the HT Is: 



N-1 

N«H{f )=Zh{t) •cas{2iTft/N) 
t=0 



N-1 

h{t)=ZH{f)*cas{2TTft/N) 
f=0 



where cas{2iTft)=cos{2TTft)+sln{2TTft) and N is the 
number of data points. The HT Is equivalent to 
the FT If and only If the .Input data is real. 

The Fast FT algorithm was modified for the 
HT"^. Since no complex operations are required, 
computation time was reduced by 40% and memory 
requirements were nalved. Clinical and bar phantom 
Nuclear Hediclne Images were filtered {Hanning 
filter) by both FT and HT ^nd the output Images 
compared. Total counts (3x10^) differed by less than 
.001% and no one pixel {mean 500 counts) differed 
by more t\f\an one count. A difference map did not 
suggest any systematic pattern. The HT can replace 
the FT In all signal processing applications 
where the Input data is real, e.g. SPtCT Imaging 
where f I Itered back projection Image reconstruction 
requires extensive filtering. 

* Coo 1 ey JW , Tukey JW : An a 1 gor I thm for the mach I ne 
calculation of complex Fourier series. 
Hath Computation APR/65, vl9, p297-30l 

+ Bracewell RN: The Hartley Transform . 
New York: Oxford, lyob. 



MP28.S 

Left Ventricular Mass Estiiration frcxn SPECT Tl-201 
r4yocardial Perfusiai Short Axis Slices Using Bulls- 
eye Analysis and Edge Detection in Dogs. MJ Tamas^ 
PL Eisner, JC Cfedarholm, AS Boyers, D Dunn, SE Mar- 
tin, R Greene, MT Jones, A Gober, RE Patterson. Car- 
lyle Fraser Heart Ctr/Crawford Long Hosp of Eftojiry 
University, Dpts of Medicine (Cardiology) & Radio- 
logy-EUSM; Georgia Inst of Technology, Atlanta, GA 

The bullseye protocol (BP) synthesizes SPECT Tl-201 
myocardial perfusion three dinensional (3D) data in- 
to a 2D display. When this data is carpared against 
a nornal (nl) reference file it accurately detects 
coronary arter^' disease. Vfe have xised BP and an 
edge detection algorithm (EDA) to iteasure total left 
^^entricular (LV) irass and the %LV that is underper- 
fused. Tv^nty anesthetized dogs \^re injected with 
isoproterenol as a stress agent and imaged: 9 \^re 
nl references^, 7 others v?ere also nl, and 4 had par- 
tial coronary stenosis. The %LV supplied by the 
stenosed artery was measured by post-mortem stains. 
SPECT images were reconstructed, and BP was per- 
font^ on the stress images. The EDA extracts endo- 
cardial and epicardial boundary points on each short 
axis slice through a radial search for the zero 
crossing of the 2nd derivative of the count intensi- 
ty profile. Ischemic areas on each slice were de- 
termined by BP. Estimated LV nass vs. measured LV 
irass correlated reliably (r=0.88). Preliminary 
data suggest that BP can predict the %LV that is 
ischemic during stress (r=0.90, SEE=3%, n=4) . 
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MP28.9 

A Probabilistic Analysis of lhallium Myocardial 

^ SPECT Inages ^ 3 

M^Jamzad, A^Uchiyama, H»Tayaina, and H^Murata 
*&1 Dept^of Elec^&Oontn. Sch»of Sci»&Eng» Waseda 
Itik^o. 2) Inst^of Clin, ^fed. O^ukuba Tteukuba* 
3) Div.of Nucl•^5Bd• OtoranaTDn Hospital, Ibkyo. 

A prc±>abilistic method is develc^)ed for analyzing 
the extend and severity of isch^nia by ocxtparing 
the early and delayed SPECT images of lhallium 
after the phisical exercise. For both, early and 
delayed stages, 10 abort axial inages (slices) are 
extracted fran apex to base. For each image the 
center of left ventricular cavity, the inner and 
outer edges of m/ocardium are autcxnaticaly detec- 
ted. Eadi slice is divided into 8 equi-angle sec- 
tors. Also the heart is divided into 8 equi-angle 
vertical sectors fran apex to base. For each 
slice of early and delayed, a defect probability 
matrix P is created sudi that 0 < P(i/j) $ 1 
shews the severity of isch^a of pixel {i,j) of 
rayocardium of that slice. 

Using these matrices, the defect probability for 
each slice, for eadi sector of each slice and for 
eadi vertical sector are calculated and display- 
ed on CRT by means of images, curves and histogr- 
ams. Ihey show what percentage of the area of 
each slice and that o2 lateral, anterior, septum 
and inferior has hew much defect. Ihese cuirves, 
histograms and images give a oonprehensive and 
easily \Hx3restood information about the condition 
of the heart in early and delayed stages. 



MP29.1 

A Modified Anger Camera System for 
Coherent Scatter Tomography 

J. Kosanetzky* G. Harding 
Philips GmbH Forschungslaboratorium Hamburg, 
Vogt-Koelln-Str. 30, D-2000 Hamburg 54, FRG 



When x-rays impinge on an object, part of the 
quanta will be scattered elastically into a small 
cone of about 10 deg. aperture. Due to inter- 
ference effects the spatial distribution of the 
scattered radiation for a certain material is 
characterized by an individual scatter-pattern. 
One can use these pattern to differentiate be- 
tween materials. Use of a conventional x-ray tube 
allows a CT-like imaging of a slice through an 
extended object within a short measuring time. 
Image contrast reduced by the polychromatic na- 
ture of the incident radiation can be enhanced by 
use of a modified 'Anger Camera' system as a de- 
tection unit. A short overview of the physical 
background will be presented together with our 
new detection system. Results will be given which 
demonstrate the improvements m image contrast 
and the feasibility of our method for material 
characterization. 



A Method for Multi-element 
Imaging in X-ray CT. 
J. Fryar'and K.J. McCarthy 
National Institute for Higher 
Education, Dublin, Ireland 

When analytes are already present within an ob- 
ject (matrix) they can be imaged in a single X- 
ray CT scan by passing a continuum of X-rays 
through the object and measuring transmitted 
fluxes within narrow energy bands on either 
side of the absorption edges of the analytes. 
It is shown that by extrapolation of results to 
the absorption edges, matrix effects are ellim- 
inated. In the process, dead time effects are 
minimised. The projection data is analyte equi- 
valent thickness along the beam direction. A 
reconstructed image shows analyte concentration. 
A small apparatus was built to test the theory. 
In previous work the analytes were discretely 
located within the matrix. In the present exp- 
erimental results the analytes are intermixed 
within t!*w matrix. When reconstructing an im- 
age for any one analyte, the other analytes 
are treated as part of the matrix. The recons- 
tructed images are compared with images produ- 
ced by raster scanning a thin slice of the ob- 
ject taken from the CT image plane. In a water 
like matrix a few centimeters in diameter the 
sensitivity is of the order of 10"^-10"^g/cc 
for 10^ incident photons. 



MP29.3 

Synchrotron Radiation Computed Tomography 
with large area monochromated beams, 
F. Toyof iiku* K. Kon ishi , K. Nishimura , K. Hyodo , 
M. Ando ,M. Akisada , A.Maruhashi , A.Suwa , 
S.Hasegawa,and E.Takenaka, Kyushu University, 
Maida^Ui 3-l-l,Higashi-ku,Fukuoka 812, Japan. 

Synchrotron radiation has a lot of advantages as a 
source of x-rays for confuted tomography. Several 
systems have already been developed using a slit 
beam geometry, aiming to achieve the highest spa- 
tial resolution of 10 pm or less. We have develop- 
ed a synchrotron radiation CT system with an area 
beam geometry using an image intensifier and a 
high S/N TV camera as a two-dimensional detector. 
Large area -©chromatic X-rays were obtained from 
a wiggler beam using a silicon crystal with (311) 
asymmetric reflection. A rat phantom injected with 
iodine on a rotating table was projected onto the 
image intensifier. A total of 100 projection video 
images covering 180 degrees were acquired in a si- 
ngle scan. Axial sections were obtained by using 
the filtered backprojection method. By taking two 
images above and below an iodine K-absorption edge 
(33.17keV) ,it was possible to obtain an iodine im- 
age. Three dimensional images were also obtained 
from all of the reconstructed cross sections. 
It was suggested that this system has the possibi- 
lity of rapid three-dimensional volume imaging of 
a specific element m a human body. 
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MP29.4 

Potential medical applications of differential 
tomography, Cesareo* Centro per Tlngegneria 
Biomedica,Universita di Roma, Italy, S.Q.G. Ma- 
htaboaliy®, Dept. of Physics, University of Raj- 
shahi, Bangladesh, L.J. Pedraza®, Centro dB Es- 
tudios Nucleares, Universidad N*A* de Mexico. 

Attenuation coefficient of each element exhibits sharp 
discontinuities (K,L....) in correspondence with the mini- 
mum energy values for the ejection of an electron from 
its different shells. These discontinuities can be employed 
for detecting and isolating the presence of an element in 
any matrix when a pair of monoenergetic radiations are 
used which closely bracket the energy of discontinuity of 
the element. The difference between two tomographies 
carried out with a selected pair of radiations is only sensi- 
tive to the presence of a given element. }iy employing an 
X-ray tube with external interchangeable secondary tar- 
gets, quasi monoenergetic X-rayp can be produced. A mi- 
ni CAT-scanner has been employed, using NaI(Tl)/HPGe 
detectors connected to a multichannel analyzer and a PC- 
Apple II E for obtaining differential tomographs. The pre- 
sence of Ag, Pb and I in different samples have been stu- 
died by using secondary targets of Sn/Sb (Ag-isolation), 
Y/Zr (PB-isolation) and Lal/Lall (I-isolation). This method 
may be used for studying the I-flow in blood vessels and to 
enhance the presence of a given tracer element used in 
medical diagnostic applications. 

® Intern. Centre for th *oretical Physics (Trieste-Italy) for 
Training and Research in Italian Laboratories. 



MP29.5 

An isotope Computed Tomography Scanner for the 
Precise Measurement of Hone, T. N. Hangartner, 
Wright State University, Dayton. Ohio, U.S.A. 

A special computed tomography (CT) scanner has been 
developed for the precise measurement of bone. The 
scanner, which employs an source and counting 
electronics, is a translate-rotate system and allows the 
measurement of cross-sections up to 200 mm diameter. 
The machine is optimized for the quantitative evaluation 
of trabecular bone at ib* distal end of arms and legs. 
These measurement sites are particularly important 
because fractures of these bones represent good indicators 
for osteoporosis. 

The precision of the measurement of trabecular bone den- 
sity is about 0.5%. This Is an improvement of close to an 
order of magnitude compared with commercial scanners in 
average clinical settings. Responsible for this high pre- 
cision are the mechanical design of the scanner; the choice 
of an optimal energy for the photon source: the stability 
and efficiency of the detection system; the various cor- 
rections for deadtime, background, beam-hardening and 
scattering; the system of evaluating the images. 
This scanner xvill be used primarily in a research setting. 
The high precision of the measurements allows the evalu- 
ation of changes in bone density through disease or treat- 
ment over weeks and months rather than years. Smaller 
patient groups will suffice for obtaining significant data as 
the measured changes can be evaluated for each individual 
patient, and no need for averaging over large groups !<i 
necessary to reduce the noise of the measurement 
method. 



MP29.6 

precise Delineation of Radiotherapy Targets 
by Quantitative Computed Tomography, T. Lei 
andW. Sewchand *, Dept. of Rad. Oncology, 
Univ. of Maryland Hosp. , Baltimore, MD 21201 

A major disadvantage of current CT-based techniques 
for delineating radiotherapy targets is their reli- 
ance on visual perception and subjective selection 
of CT-value thresholds. A new quantitative automatic 
method has been developed which accurately identi- 
fies and .precisely quantifies a target-of-interest 
(TOI) on the CT image. The basis of this approach 
is that the pixel CT image of normal tissues has an 
asymptotic Gaussian distribution and is^ergodic in 
mean and variance. Thus, estimates (m,v ) of the 
meaa and variance are obtained by spatial sampling 
and spatial averaging. A CT-value filter with pass- 
band (m-kv,m+kv) is designed to create an accurate 
isolated image of a specific normal tissue. When 
multiple normal tissues are enclosed in a regioi.~of 
-interest (ROI) , unique boundaries between images 
of these tissues are obtained by a suitable choice 
of k-values that ensures no overlap between tissue- 
Sjjecific filter passbands. When a TOI (e.g. tumor) 
is included in the ROI, specific normal tissues are 
subtracted from the ROI to yield an isolated true 
image of this TOI. 

This approach provides an accurate 2D/3D display of 
TOI's and generates significant necessary data (area 
/volume, density distribution, relative location, 
etc.) for quantitative evaluation of response to 
treatment. Examples of this application will be pre- 
sented. 



MP29./ 

Geometrical Aspects of Computed 
Tomography: Sensitivity Profile 
and Exposure Profile, R.M.Gagne, Ph.D., 
Office of Science and Technology, 
CDRH, FDA , Rockvllle ,Maryland 

A simple model has been developed for the genera- 
tion of theoretical sensitivity and exposure 
profiles perpendicular to the tomographic plane 
In computed x-ray tomography. The model incor- 
porates the functional dependence on scanner 
geometry, focal spot r*lze and shape, and detector 
sensitivity. The sensitivity and exposure profi- 
les are best depicted as the convolution of 
functions, when appropriately scaled, describing 
the focal spot distribution and the transmlttance 
of the pre- and post-patient collimators. Pre- 
dictions of the model agree well with experimental 
results on both sensitivity and exposure profiles 
for small and large nominal slice thicknesses 
from five different CT x-ray systems. The CT 
x-ray systems selected represent both state of 
the art and older scanner models. Comparisons 
are also made on the degree of matching of the 
sensitivity and exposure profiles for each scanner 
which can be used as a measure of geometrical 
efficiency In the direction perpendicular to the 
tomographic plane. 
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MP29.8 

Observer Efficiency in Size-Discrimination on 
CT Images, A.R. Bleier, P.R Judy*, R.G. 
Swensson, and I. Kazda, Har/ard Medical 
School and Brlgham and Women's Hospital, 
Boston, Massachusetts, 02115 

This experiment compared the efficiency of 
observers relative to physical image calculations, in 
size-discrimination tasks of single features or feature 
pairs on CT images. The stimuli were images of two 
disks added to CT scans of water. Eight sets of images 
were studied at two levels of disk contrast. Observers 
performed three rating tasks with each set of images: 
1) the sizes of single features (smaller vs larger), 2) 
the size-differences of feature-pairs and 3) the av- 
erage sizes of pairs. 

Wifhin each specified task and disk contrast, the 
mean da (an index of observer performance, derived 
from the rating ROC curve) was proportional to Task 
SNR (a cross -correlation calculation that measures 
how accurately the physical image information could 
be used), with a slope (observer efficiency) less than 
unity. For low-contrast disks these slopes were similar 
in all three tasks (0.386±0.011). For high-contrast 
disks these slopes were lower, only slightly in the 
size-difference task (0.352± 0.004) but considerably so 
in the singV.-feature task (0.267±.006) and the 
average-size W5k (0.260±0.014). 

The higher level of observer efficiency in the size- 
difference rating task suggests that it is a more 
"natural" task for observers to judge differences m 
the size than the sizes of single features or the 
average size of feature-pairs. 



MP29*9 

Geometrical, Sampling, and Algorithmic 

Aspects of Computed Tomography 

R.M. Gagnet Ph.D., Mary Pastel Anderson, M.S. 

Office of Science and Technology, 

CDRH, FDA, Rockviile, Maryland 

A complete, self consistent, analytic model has 
been used to generate the theoretical point spread 
function (PSF) and the associated modulation 
transfer function (MTF) for computed tomography 
(CT) using filtered back-projection. The model 
incorporates the functional dependence of the 
reconstructed PSF on scanner geometry, focal spot 
size and shape, and detector sensitivity. The 
model explicitly includes aliasing effects due 
not only to sampling within the projections and 
angular sampling but also to the two-dimensional 
sampling ini^erent in the reconstructed image. 
Unlike previously reported models, special emphasis 
is placed on the impact of offsetting the detector 
sampling points in opposing views for scanners with 
detectors rotating through 360 degrees. In 
addition, the effects of interpolation between 
sampling points and of the reconstruction algorithm 
are also considered in the development. Predictions 
of the model for the PSF and MTF using the known 
geometrical characteristics of the scanner and 
estimates on the reconstruction algorithm from 
empirical noise power spectra agree well with 
experimental results for the PSF and MTF from four 
different CT x-ray systems. For these comparisons, 
the significance of the aliasing errors is enumera- 
t:ed .■'n the final results. 



MP30,1 

On a numerical calculation of energy 
deposition by broad high energy electron beamS / 
H. Huizenga * and p. R.M. Storchi, Rotterdam 
Radiotherapeutic Institute, 3075 EA Rotterdam, 
Itie Netherlands. 

Dose deposition by broad high energy electron 
beams as calculated by Monte Carlo codes have 
been reported by several authors. lliese 
calculations take a lot of coitputer tiine and the 
results feature statistical uncertainty. Up to 
now Monte Carlo calculations are not suited for 
radiation therapy planning. Hierefore, the 
feasibility of a ntxmerical calculation method 
has been investigated. The method is based only 
on the basic physical interaction processes of 
high energy electrons and matter. The method is 
a drastically iirproved version of the phase 
space time evolution method as described by 
Cerdoro and Zucker (Nucl.Sc.Eng 45,107,1971). 
The calculated depth dose curves, energy spectra 
and angular distributions agree very well with 
the Monte Carlo results of Andreo and Brahme 
(Rad.Res. 100,19,1984). For the general case of 
radiation tEerapy planning, combination of this 
method with the "redefinition pencil beam 
method" of Storchi and Huizenga 
(PMB, 30, 467,1985) and shiu and Hogstrom (9th 
ICCR,1987) seems promising. 



2 8 



MP30.2 

A Monte Carlo Method for Electron Beam Dose 
Calculations, H. Neuenschwander , E.J. Born* 
Dept. of Medical Radiation Physics, Inselspital. 
University of Berne, CH-3010 Berne, Switzerland" 
A macroscopic Monte Carlo (MMC) method based op 
traditional Monte Carlo precalculations as sug- 
gested by Mackie and Dattista (1) has been deve- 
lopped. Precalculations were done using the EGS4 
code system to simulate the transport of perpendi- 
cularly incident electrons through macroscopic 
(typ. 0.5 gem ) spheres. The symmetry of 
this geometry minimizes storage requirements for 
the resulting probability distributions of emerging 
electrons at the cost of a rotational transforma- 
tion that has to be performed after each electron 
step during the MMC calculation. In order to get 
physically reasonable results, several essential 
modifications to the original concept (1) are ne- 
cessary and will be discussed. MMC results for 
calculations in water are in good agreement with 
full EGS4 simulations and were obtained 1 to 2 
orders of magnitude faster (depending on parameter 
values) than EGS4 results for slab geometries. 
This time gain is expected to be significantly 
higher for simulations for heavier elements and for 
dose calculations in close-meshed scoring grids. 
Current work concerns the generalization of the 
MMC code to accept measured energy spectra as input 
data and to consider inhomogeneities by taking into 
account pixel based density information. 
(1) Mackie, Battista; Proc. 8th Int. Conf. on the 
Use of Computers in Rad. Therapy, 123, 1984 
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MP30.3 

A Model of Fast Electron Penetration 
D.J. Perry*, S.K. Ralsis, F.C. Deibel, and 
F.M. Khan. Univ. of KN. , Dept. of Therapeu- 
tic Rad., Minneapolis, MN. 55*^55 

We introduce a multiple scattering model of 
charged particle penetration based on previous 
analys'js of Yang and Perry. Our development 
removes the nain limitations of the closely rel- 
ated Fcrmi-EyRes picture but retains its 
considerable pot**ntial for successful therapeutic 
applications. 

In th£r tirr.e dependent picture discussed 
first, particles penetrating a material are found 
on thin curvted surfaces which expand and deform 
as they move away from their point of origin. 
These surfaces are an exact feature of the multi- 
ple scattering transport equation and are (defined 
by th'^ee moments of the particle density: ths 
average depth of penetration and the lateral and 
longitudinal widths. The model is indifferent to 
the use of small or large angles. 

We use this approach to construct spatial 
distributions under time independent conditions, 
giving results of practical interest. Wc compute 
the energy absorbed in thin planes located at 
various distances from the source and the lateral 
extent of these distributions. Results are com- 
pared against a previous Monte Carlo computation 
for 5, 10, ?0 MeV electrons incident on water. 



MP30.4 

LOW ENERGY ELECTRON OIFUSION IN TISSUE LIKE KEOIA 
C. Kalanut«, Int. Rad.Oos. /BRAZIL 
P.J.Paes-Leee and A. S.Paschoa, Pont. Univ. Cat. /RJ. , BRAZIL 

The spatial - energetic d i s tr i buc t i on oF lou(E<50 keV) 
electrons was studied For a source locat3d in a aediua 
siflulating biological tissue. The tiae independent Boltzaann 
equation was used to aodel oatheaatically this distribution. 
Ionization uas assuaed to be a pertubatior. to a quasi - elastic 
collision process between the electron and the aediua. A 
diFFusion liait was obtained, by using a scale paraaeter , 
leading to a sequence oF recursive partial diFFerential 
, equations, whose solutions were obtained by nuaerical 
approxiaations. Electron ranges were estioated based on this 
solutions and then coapared with values reported in the open 
literature based on experiaental and Konte Carlo aethods. Local 
dosiaetry oF low energy electrons Froa internal eaitters can 
beneFit by the knowledge oF these estiaated ranges in 
biological tissue. Auger electron eaitters, For exeaple, have 
been object oF a nuaber oF investigations, not only due to 
their toxicity in general, but also due to their potential 
appplication in the selective irradiation oF neoplanstic cells. 



MP30.5 

Monte Carlo evaluation of methods for 
deriving electron pencil beam spread. 
G.A. Sandlson*^, W. HudaS J* Battlsta and 
D. Savole^. 

^Manitoba Cancer Foundation, 100 Olivia Street, 
Winnipeg, Canada, R3E 0V9. 

^Cross Cancer Institute, II560 University Ave., 
Edmonton, AB, T6G 1Z2. 

The EGSA Monte Carlo code has been used to gen- 
erate "benchmark" dose distributions resulting 
from electron pencil beams of 16 and 22 MeV 
energy Incldenc upon homogeneous muscle, bone and 
lung equlV2»lent media. A repeat set o£ Monte 
Carlo data was also generated In wMch brems- 
strahlung Is Ignored. These data are compared 
to three methods of deriving pencil beam dose 
distributions from therapeutic electron beams. 
The results Indicate that systematic errors 
associated with each experimental method can lead 
to substantial errors toward the end of the elec- 
tron range. The largest contribution to these 
systematic errors Is the bremsstrahlung back- 
ground present In colllmated broad beams. A new 
empirical formula based on the Monte Carlo data 
to modify the pencil beam spread parameter at 
depth in tissue predicted using Ferml-Eyges theory 
is suggested. 



MP30.6 

ELECTRON TRANSPORT IN NON-HOHOGENEOUS HEOIA . 
Rossana C. Falcao+, C. Halaaut*, p. J. Paes-Leae^ 
+Inst.Fisica-UFRJ ,«Inst. Rad.Oos. -CNEK,Oeptfi.HateBat.PUC/RJ§ 

Due to the iaportance oF obtaining, with high degree oF accuracy, 
the dose variation at the vicinity oF the interFace between two 
aedia, ue propose a natheaaticaly rigorous aethod to calculate it. 
The Singular EigenFunction Hethod is used to solve a one speed 
one diaensional Boltzaan^ transport equation 
P g»(x,p) -K>(x,n)« ^ / ^4>(x,p)dn J ^ J 

,^(x,n)is the particle Flux at poit x, with direction p (j| is the 

cosine between the x axes and the particle's velocity). 

For an inFinite aediua eq.(l] has the general solution 

ij>(x,n)-a ^ e^'^'^o+a^^p J'^'^o ^s\m e^'^'^dv (f ) 
O-o- 0+O+ -1 V 

where 

0+ 2(v-=~v) and v 2(v- n) 

The coeFFicients a , a^ and A(v)are to be deterained by the 
0+0- 

boundary conditions and ortogonality relations aaong the ^3. 
Suppose we have two adjacet aedia, a source at x and that 

liD^(xy)*0. Assuaing that the Flux eight be continuua at the 
internee, ue can obtain tht Fuxes at aediua 1 and at aediua 2 

(J) , (x,y)- a^l) if^/'^'^'o ^ e"'VAj(vN;^n)e"'''dv 



^2 ('^'^i" 3^2) <; e ' 0 + { A n)e 
Presently we ar*e ca^ulating a*^ (1), a^ (2), 



0- 0+ 



d V 

AjC^' ) and A^Cv ) 



trough nuaerical aethods since the expressions which give these 
coeFFicients cannot be integrated analliticaly. 
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MP30.7 

Effect of Dinensionality of Heterogeneity 
Corrections on Three Dimensional Electron Pencil 
Beam Calculations , G. Starkschall? K.R. Hogstrom, 
S.W. Bujnowski, L. Wang, and A.S. Shiu, Dept. of 
Radiation Physics, Univ. of Texas M.D. Anderson 
Hospital and Tumor Institute, Houston, TX 77030. 

Electron beam dose distributions have been cal- 
culated on a three dimensional grid using a pencil 
beam algorithm taking into account effects of het- 
erogeneities in either one, two, or three dimen- 
sions. Execution times for each of the algorithms 
on a VAX-based treatment planning system are com- 
pared. Execution times are comparable for both the 
one and two dimensional heterogeneity corrections, 
in spite of the fact that the two dimensional het- 
erogeneity correction requires an additional calcu- 
lational loop over fan lines. Execution times for 
the three dimensional heterogeneity correction are 
approximately a factor of ten longer than that for 
the two dimensional correction. The logic and 
approximations employed to optimize the algorithms 
for speed will be presented. Finally, the potent- 
ial applications of these algorithms in electron 
beam treatment planning are discussed. 

This work supported in part by NCI grant CA0629A, 
NCI contract CH6791A, and a research contract with 
International General Electric of New York, Medical 
Systems Division. 



MP30.8 

3-D Dose Calculations for Total 
Skin Electron Therapy , L . D . 
Simpson*, Washington University 
School of Medicine, St. Louis, MO, 
USA. 



Total skin electron beam (TSEB) therapy 
for mycosis fungoides may require the use 
of 6-8 different patient positions at 3-5m 
SSD. Each position may require 2-3 low 
energy electron fields at split gantry 
positions. A 3-D dose computational model 
will be presented which permits analysis 
of alternative TSEB treatment plans . 
Single-field, experimental input data are 
required: off-axis profiles for normal in- 
cidence; depth dose as a function of 
incident angle; and the dependence of the 
dose at d^ax on distance from the source. 
The patient surface (or a segment of the 
patient • s surface) is represented as 
points on el-^ ipsoidal surface segments . 
The total dose, at each surface point, at 
depths normal to the surface is given as 
the sum over all clinical positions for 
all physical fields. The model produces 
results consistent with the phenomena 
experimentally and clinically observed in 
these treatments. Several examples will be 
discussed. 



MP30,9 



Application of Measured Electron Beam 
Bremsstrahlung Distributions to a ^ 
Pencil Beam Algorithm, J.E. Rodgers , 
G. F. Popescu and S.N. Rustgl, Georgetown 
University Hospital, Department of 
Radiation Medicine, Washington, D.C. 
20007 



Accurate assessment of pencil beam algorithms 
requires a proper representation of the brems- 
strahlung component, especially at high ener- 
gies. Previous measurements (1) of bremsstrah- 
lung distributions In 6-18 MeV electron beams 
from a Varlan Cllnac-18, which demonstrated that 
bremsstrahlung Is produced primarily In the 
accelerator head, have been parametrized by the 
product of the reciprocal of a cubic function 
(beam envelope) and a Cauchy function near and 
beyond the cone edge. This model was Incorpora- 
ted into the MDAH (Hogstrom) computer code and 
compared to measured Ionization distributions. 
Pencil beam parameters yielding best agreement 
will be presented along with effects these 
Improvements have on ability to account for 
simple slab Inhomogeneltles and air gaps. 

(1) Rustgl, S.N. and Rodgers, J.E. Med. Phys. 
14(5), 884 (1987). 



MP31.1 

An Instrument for Prodvcing Constant 
Laminar Flow in an MR Imaging Phantom, 
R. J. Krlz*, R. Stortzum, G. Dobben and 
A. Horowitz 

An Imaging phantom has been designed that will 
produce constant laminar flow at various average 
velocities through rigid tubes of various 
diameters. 

The phantom consists of six circular tubes 20 cm 
In length, having diameters of 0.102 cm, 0.207 
cm, 0.318 cm, 0.397 cm, O.A76 cm and 0.79A cm. 
A large reservoir supplies the tubes. 
Constant flow of 0 to 10 cc/s Is provided by a 
separate reservoir specifically designed to 
maintain a constant head pressure. 
The difference between the fluid level In the 
reservoir and exit overflow Is adjustable from 
0 to 15.3 cm and kept constant to within 1 mm. 
The pressure produced by the differential fluid 
level Is reduced by the fluid passing through an 
orifice In the exit tubing from the phantom. 
Thus the pressure drop across the phantom Is 
»-ontrolled and constant. 
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MP31.2 

3D Magnetic Field Mapping and Confirmation 
of Hazard Zones for Clinical MRI, Suresh M. 
Brahmavar, Susan Majka, Martha LaPrance* and 
J. Robert Kirkwood, Baystate Medical Center, 
Inc*, Springfield, MA 01199 

The 3D magnetic field mapping of a clinical MRI 
(1.0 Tesla) i^acility was done to meet compliance 
requirements of DPH and DON. The customary exten- 
sive planning support provided by the manufacturer 
was augmented by oui own efforts to confirm regu- 
latory magnetic hazard zones of 15, 5, 3 and 1 
gauss lines. Such confirmation WiS of utmost im- 
portance because of unique location of MRI facili- 
ty at Baystate Medical Center. Tha third f Ijor 
MRI facility is surrounded by other area? such as 
pathology offices, clinical laboratories, lab com- 
puters, electronic cables directly below and adja- 
cent patient rooms, gift shop, etc. The 3D magne- 
tic field measurements were carried out by two 
gauss meters and axial probes calibrated using 
lOOG, 200G, lOOOG Standard magnets. Several mea- 
surements were taken at different locations on 
long axis as well as on the short axis of 1.0 Tes- 
la MRI magnet. The ten (10) magnetic field zones 
ranging from 500G to IG were established. The re- 
sults were utilized to implement radiation safety 
and quality control (RS/QC) program for MRI facili- 
ty. The working guidelines include Safety precau- 
tions for magnetic field lines less than the FDA 
caution zone of 5G. 



MP31.3 

A Chronicle Of Philips Gyroscan S5 
HRI System: The Evaluation Results 
Of Inage Qualicy Paraneters For The 
Past 3 Years , Pei-Jan Paul Lin , 
Northwestern University Medical 
School , Chicago , Illinois 60611 
U.S.A. 

Various MRI image quality parameters and 
descriptors have been evaluated and 
recorded based on a set of measurement 
protocols for a Philips Gyroscan S5 MRI 
system. The performance of the MRI unit 
has been recorded starting from the 
prestaging/acceptance at the factory 
(Time: 03 , at the initial acceptance 
testing conducted at the time of "turn- 
over" to the Hospital [4th Month], at the 
time of system re-tuning Cl4th Month] , at 
the time of system up-grading [26th 
Month] , and at the end of two and a half 
year of clinical services [34th Month]. 
The results , the improvements and/or the 
lack of improvements over the 2-1/2 year 
time span after being placed for clinical 
imaging can be employed to establish a 
basic quality assurance [OA] program and 
to optimize the OA procedure. A brief 
discussion on a few specific problems 
encountered such as low "signal-to- 
noise" , RF shielding , and shimming of 
magnet will be included. 



MP31.4 

Utilization of Inversion Recovery Pulse 
Sequences with Short TI at High Field/ 
S. Albert* and N.E. Leeds, Department 
of Radiology/ Beth Israel ^5edical 
Center, New York, N.Y. 

Inversion recovery (IR) pulse sequences with sho- 
rt inversion tiine (TI) were developed and affiled 
chiefly at low (0.15T) and nedim (0.5T) magnetic 
field strengths. The objective of the study was 
to develcp useful IR pulse sequences with short 
TI times for high field imagirg and to discuss 
and denonstrate the analytical and practical cor^ 
siderations imvolved. 

Our studies have been carried out at a field of 
1.5T with a vrftole body superconducting imager (GE 
SIGNA) . Spin-echo data oolloction is used in our 
esqperiments and proper ii±er leaving is required 
in the multi slice sequences to optimize acquisi- 
tion time. An additive contribution to contrast 
frcm both Ti and T2 and fat suppression were 
obtained with a short TI tinae of 100ms. Signal 
suppression of any tissue can be achieved by app- 
ropriate selection of TI value. 
Comparison of the IR images with spin echo (SE) 
T2"'weighted images denonstrate in most cases a 
better contrast to noise ratio, a shorter acquisi- 
tion time and reduced chemical shift artifacts of 
the IR images. 



MP31.5 

A Quantitative Study of Magnetic 
Resonance Imaging , W. K . Chu , 
University of Nebraska Medical 
Center, Omaha, Nebraska, USA 

The objective of our study was to 
investigate, through quantitative analyses 
under the framework of pattern 
recognition, the possibility of enchancing 
detectibility and/or specificity of 
lesions shown in Magnetic Resonance 
Imaging ( MRI ). Sixty sets of MRI liver 
images were studied. Thirty were obtained 
from patients with hemangioma, a common 
benign liver tumor, and thirty were from 
patients with other types of localized 
lesions. A 1.5 Tesla MRI scanner was used 
for data collection. Quantitative features 
measured included grey scale intensity 
values and variations of normal liver 
tissues, intensity values and variations 
within lesions, calculated T2 relaxation 
and backgrounds. More features were 
developed based upon these measured 
values. After feature selection process, 
i'. was found that a normalized intensity 
ratio between the lesion and it*s 
surrounding normal liver tissues provides 
the highest separation between hemangioma 
and all other localized liver lesions. 
With a threshold ratio of 16.8 an accuracy 
of 95 percent was achieved. 
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MP31.6 

Dispelling Some Doubts About Back Projection 
Reconstruction in MR Imaging, 
A. V. Lakshminarayanan*, Dept. of Radiology, 
University of Alabama at Birmingham. 619 South 
19th Street. Birmint, jm, AL 35233 

It is widely believed that the (back) projection reconstruction 
technique of acquiring MR images is more susceptible to 
magnetic field non-uniformities that 2DFT methods and results 
In Images with poorer signal-to-nolse characteristics. This belief 
is due to misimplementation of the projection reconstruction 
scheme and a failure to compare equivalent scan strategies. 
Images are presented that demonstrate the robustness of the 
back projection method in the presence of Inhomogeneities 
and the relative advantages and disadvantages of the two 
approaches. Compared are signal-lo-noise ratios, field and RF 
uniformity requirements, gradient requirements, the ability to 
obtain high-resolution images, effect of motion, and 
computational complexity. 



MP31.7 

A System for Tissue Characterization 
Studies by NMR, K. Homma* and E. 
Takenaka' , Mechanical Engineering 
Uboratory, MITI and National 
Defence Medi ca 1 Co 1 1 ege* , 1 -2 , 
IJamiki, Tsukuba Science City, 
Ibaraki 305 JAPAN 

A system for tissue characterization studies 
in Medicine and Biology is proposed. The system 
is constructed by a NMR (Nuclear Magnetic 
Resonance) and two subsystems - an image 
processing system and an expert system. The 
image processing system installed in a computer 
extracts features from three dimensional NMR 
images reconstructed in accordance with 
imaging methods (MRI). Tissue functions are 
also analyzed by the chemical shift analysis 
(MRS). On the other hand, the expert system 
evaluates and characterizes biological tissues 
based on the extracted features (spin density, 
relaxation times and three dimensional 
structures). The system is equipped with a 
knowledge base concerning these features in 
normal and pathological human, rat and rabbit 
tissues. The LISP language is used for the 
tissue characteri:2ation. The system communicates 
directly with a PACS (Picture Archiving apJ 
Communication System). 



MP31.8 

PROTOc 0\-DEPENDENT CALCULATED 
VOLUMES FOR MAGNETIC RESONANCE 
IMAGES IN CANINE GLIOMA. Robert L. 
Galloway, Jr.% Robert J. Maclunas, Anne 
L. Faillnger. Vanderbllt University, 
Nashville, TN. 

Primary CNS tumors have a structure which includes 
a solid tumor core surrounded by a zone of 
infiltrating tumor cells. The planning of safe 
resections and effii:acious therapies depends on a 
clear understanding of the tumor margins and 
volume. In the presented study, cloned gliosarcoma 
cells were implanted in adult, mongrel dogs and 
grown for two weeks. Each animal was imaged using 
four common magnetic resonance (MR) timing 
sequences and protocols: Tj -weighted, T2- weighted, 
proton density and gadolinium-enhanced Tj -weighted 
images. The volumes were determined by marking 
tumor margins on spatially-sequential, parallel, slice 
images. The images were then computationally 
stacked and the volume was calculated based on the 
image pixel spacing and the slice thickness. Each 
sequence provided a different, distinct volume. The 
possible sources for these differences and their 
relationship to the underlying physiology anH "true" 
tumor margins are discussed. This work was 
supported in part by a grant from Sun Microsystems, 
Inc., Mountain View, California. 



MP31.9 

Biexponential transverse relaxation 
accuracy of an 0.5 T MR imaging unit. 
A Fransson*, Karolinska Institute, 8-10401 
Stockholm. A. Ericsson, B. Jung, University 
Hospital, S-75185 Uppsala, Sweden. 

In magnetic resonance imaging biexponential 
transverse relaxation processes in biological tissues 
have been reported. To investigate the capabilities 
of biexponential resolution of our imaging unit, 
measurements were performed using a binary 
phantom as a model. Mono- and biexponential 
relaxations were assessed with software developed 
for discrete multiexponential functions. Only 
transverse relaxation was investigated by applying 
a spin-echo-sequence with 32 echoes. 
The results indicate a relatively accurate and stable 
resolution of the slow component in different 
environments. The ratio of relaxation rates 
between the two components demands a factor of 
two for a satisfactory resolution probability. 
A system specific component systematically added 
to the signal in one direction has been found, 
resulting in biexponential relaxation from 
monoexponential signal-input 
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MP31.10 

Development of a proton NMR imaging 
system based on industrial standard 
VME-bus for Bio-Medical and Bio- 
technical applications, L. Malmgren, 
B.R.R. Persson , B. Blad, T. Pola, 
M. Frank, Lund University, Dept of 
Radiation Physics, S-221 85 LUND, 
Sweden. 

The aim of the present project is to deve- 
lop a semiportable general NMR imaging re- 
search system for both in vitro measure- _ 
ments and in vivo imaging. This system will 
fill the great need for low-field NMR-equip- 
ment to be used for measurements of tissue 
samples and imaging of experimental animals 
in parallel with the use of costly high- 
field clinical NMR-systems. Thus a proton 
NMR imaging system for experimental research 
have been developed based on a broad band 
spectrometer, two high resolution (16 bit) 
ADC's, and a four channel programable gradi- 
ent generator all compatible to a VME-bus. 
We have an air-winded whole body Oxford mag- 
net shimmed at 0.07 tesla (possible to rise 
0.15 tesla) which is specially dedicated to 
research and technological development. The 
NMR imaging system Is built as a stand alo- 
ne system which can be used with various ty- 
pes of magnets. The very flexible gradient 
controler and pulse programmer will select 
all desired pulse sequences required for 
different applications. 



MP31.il 

A Complex Phantom for* a Fast and Complete Image 
Quality 1^)aluation in HRI B. Aubert* N. Aubert and 
F. Aubry, Inst it ut Gustove-Roussy, 94805 Vlllejulf 
Cedex, France. 

In order to perform a fast, easy but ccxnplete Ima- 
ge quality evaluation in Mfll, a complex phantom 
has been designed. It consists of a perspex cylin- 
der (20 cm diameter, 30 cm length) containing five 
identical modules surrounded by a copper sulfate 
solution. Three of these modules are located at 
the isocenter of the phantom in order to study the 
axial, coronal and sagitLnl plnnos, th« l.w(i nMH:f!J 
at a distance of ± 11 cm Caway from the isocenter) 
to study the multi-slice mode in the axial direc- 
tion. Moreover, oblique planes crossing the cylin- 
der axis can also be analysed. Each module allows 
to evaluate fourteen parameters including unifor- 
mity paramaters, slice parameters, spatial resolu- 
tion, geometric distortion, T^ and T2 measurement, 
ghosting, ... This phantom is very useful for dai- 
ly quality control (10 minutes acquisition time) 
or for a more complete quantitative analysis after 
preventive or curative maintenance, or modifica- 
tion of the machine. It has been used with various 
m imaging machines. A special software giving an 
automatic image analysis has been developped on a 
Signa SystemCO (General Electric). 

(1) CIERM - H6pita: de Bicfitre - 

94270 le Kremlin -Bicfitre, France. 



MP31.12 

A Coil Desensitizing Technique to Suppress 
Respiratory Artifacts in MR Imaging of the 
Spine, A. V. Lakshminarayanan*. Dept. oi 
Radiology, University o( Alabama at Birmingham, 
619 19th Street South, Birmingham, AL 35233 

Motion of the abdomen (In particular, the subcutaneous fat) 
Introduces artifacts in 2DFT MR imaging which seriously 
interferes with the diagnostic utility and quality of lumbar spine 
examinations. Flat (License Plate) surface coils tend to reduce 
these artifacts in spine images but result In non-uniform signal 
brightness in the PA direction. Described is a receive-only 
-surface coir based on the well-known Helmholtz type of 
design. The geometry of the coil is such that Its response is 
uniform. In addition a mechanism has been added to 
desensitize the Imaging system to signals from moving 
structures both during RF transmission and reception. 
Images are presented that demonstrate a high degree of 
uniformity and the suppression of motion artifacts. Also 
presented are Images that demonstrate that the same 
techniques can be used to eliminate fold-over artifacts. 



MP31.13 

QA/QC Phantom for NMR Imagers. MS Rosenthal*, 
University of Pittsburgh, Pittsburgh, PA, 
15261, USA 

We have developed a QA/QC phantom for NMR imagers. 
This phantom, constructed out of acrylic, provides 
the ability to measure slice thickness, slice spac- 
ing, SNR, CNR, linearity, and intrinsic sensitiv- 
ity. The phantom consists of a cylindrical tube 
with two inserts, '^he first one is another smaller 
cylindrical tube with an acrylic rod at an angle 
for slice measurement. The second insert consists 
of a 'plus* sign arrangement of acrylic with holes 
for 13 tubes containing H2O and D2O. For each 
tube the concentration of water varies from ap- 
proximately 1 mraol/mL to 55 mmol/mL. The rest of 
the phantom is filled with a copper sulfate solu- 
tion and propanol which is used to inhibit growth 
in the solution. 

We have used this phantom to test an NMR system as 
well as compare the characteristics of different 
pulse sequences. 

This phantom provides an easy method to test the 
intrinsic sensitivity of the NMR system which will 
indicate changes in machine function. 
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MP31.14 

NMR Local Imaging by the Fresnel Transform 
Technique using a Nonlinear Field Gradient, 
y.Yamada*, S.Ito, K^Tanaka and 2,Abe, 
Utsunomiya Univ., Utsunomiya 320, Japan. 

NMR Fresnel transform imaging technique proposed 
by authors uses a nonlinear field gradient with 
a quadratic field intensity profile. The center 
position of the nonlinear field gradient, where 
the differential gradient is zero, is moved at a 
fixed amount in each successive imaging pulse 
sequence to produce nonlinear phase encoding in 
that moving direction., A spin density image is 
reconstructed from collected signals by the com- 
puter processing. The imaging region m this 
technique is limited to the moving range of the 
nonlinear field gradient, when suitable conditions 
are selected, the aliasing artifact is not pro- 
duced in the reconstructed image. The conditions 
for producing local image with no artifacts are 
discussed and experimental results are presented. 
Unlike the case of conventional Fourier trans- 
form technique, no selective excitation procedure 
or no use of surface coil is needed to ohtam a 
local image. A spatial resolution better than 1 
mm can be easily obtained. Moreover, the imaging 
time m this technique is comparable to that of 
the conventional Fourier transform technique. 



MP31,15 

Reconstruction of intracranial vascular systea using 
3-planes aagnetic resonanse toaograms.Naoki Suzuki^", Kouji 
SiaizuMetsuo Oasura* ME Research Unit Jikei Univ. School 
of Med.' Shiaazu K.K.^ 

It is very difficult to reconstruct the three diaensinal 
(3D)iBage of intracranial vascular system with only a set 
of transverse CT iaage of the craniua.Because the intra- 
cranial vascular systea s\ms frequently circling and 
aeandering. We tried to reconstruct the 3D iaage of whole 
intracranial vascular systea using 3-planes toaograas. 
The CT exaaination was perforaed by a" super conductive MRI 
scanncr(SNT-50,ShiBadzu) and transverse, sagilal and coro- 
nal iaages are utilized as 3-planes toaograas. 
Only transverse sectioned vascular iaages in each loaograa 
are picked up and processed for the 3D iaage. Vertically 
running vessels along Z axis are reconstructed by a set of 
transverse toaograas. In the saae way, vessels running along 
X and y axis are reconstructed by a set of sagital and 
coronal toaograas, respectively. These three iaages are 
coabined in 3D coodinates to a r.hole vascular systea in 
the craniiia including carotid arteries and jugular veins. 
Anterior, aiddle and posterior cerebral arleriesand basilar 
artery were also able to display on the 3D iaage. In this 
aethod, it was possible to display not only arteries but 
also veins such as superior sagital, transverse and 
sigaoid simis in one iaage. 



MP31.16 

1^1 Cases of Brain SPECT Imaging with 
99mTc-(d,i)HM-PAO and Quantitative 
Analysis, Yuan Aina and Zhao Huiyang^, 
Zhong Shan Hospital, Shanghai Medical 
University, Shanghai, China. 

This paper describes a recent study of 
141 cases with SPECT of the brain us^ns 
99mTc-(d,l)HM-PAO. Among 1^1 cases, 93 
cases were examined by CT and 6 confir- 
med by surgical operation. The method 
used m this study allows the proper 
and quantitative diagnosis of the regi- 
on and the degree of regional ischemic. 
Comparisons with CT were performed. Re- 
sults show that for stroke and tumor, 
the ischemic regions obtained are con- 
sistent with those obtained using CT, 
while the method used is much better 
than CT for the diagnosis of transient 
ischemic attack, migraine, epilepsy, 
dementia and sliecht trauma. In addition, 
this method is used to indicate the de- 
gree of these brain diseases and it can 
also be used to detect the location of 
the epilepsy focus, to predict the 
stroke and to measure the blood flow 
of tumor. 



MP31.17 

Quality Control Studios in Estimation of 
Lesion Size in SPEQ^M.M.Rehani* 
Department of Medical Physics and Bio-Engg., 
Sher-I-Kashmir Institute of Kfedical Sciences, 
Srinagar-l?OOn,irCHA. 

The accurate estimation of lesion size in SPhCT 
requires stringent quality control work up and 
evaluation. Besides flood acquisition and off- 
set correction, a number of parameters like 
matrix size, count rate, choice of filter, atten- 
uation etc. affect the results. For out study 
we used ZLC 3700 gamma camera with Array Proce- 
ssor and Data Spectrum Phantom with six plexi- 
glass cold spheres of dia 31 .8,25.4, 19. 1. , 15.?, 
12.7 and 9.5 mm. Tc-?9m activity in injection ' 
vial was used for simulating a hot source in 
cold surrounding. The number of pixels along 
the diometi ^ and voxel estimation in different 
silices was resorted to for estimating the 
size. The results show that, for the count rates 
normally encountered in clinical practice, the 
choice of 64x64 matrix, use of Shepp-Logan- 
hanning reconstruction filter, appropriate off- 
set correction and attenuation correction result 
in estimation of lesion size within + 7.5^ 
between ]6 mm to 32mm. This study has great 
utility in quantitative imaging. 
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KP31.i8 

ASSESSMENT OF MYOCARDIAL SPECT RECONSTRUCTIONS 
USING A HEART PHANTOM UNDER CLINICAL CONDITIONS 

3fT ST 2 

C»C»RobiIotta , M.F.S.Rebelo , R.Abe 

1- Instituto de Fisic::, Universidade de Sao Paulo 

2- Instituto do Coragao, Hospital das Clinicas 
Sao Paulo, S.P., Brasil 

In order to assess the effects of 360^ and 
180° samplings and those from 3 differen** 
reconstruction methods, cardiac phantom 
studies had been developed* Tho plastic 
heart phantom, containing 2 Small infarct- 
ed regions, is placed in an elliptical 
phantom, simulating the human chest. Both 
360° and 180 data had been collected with 
the whole phantom, with and without scatter 
medium, positioned under typical clinical 
conditions, using a single-head rotating 
camera. A second positioning with the heart 
centralized along the rotation axis has 
also been used. 

Backpro j ect ion reconstructions using the 
ramp, Hann and Parzen filters had been ap- 
plied to produce the tomographic images. 
Visual inspections, contrast-ratios and 
count profiles analyses had been carried 
out and provide means for evaluating the 2 
controversial sampling modes as well as to 
identify the scat ter/attenuat ion effects 
and the reconstruction artifacts. 

§ Financial supports from FAPESP and FINEP. 



MP31.19 

Synthesis of Stereo Pairs Froa Reconstructed SPECT 
Cata for 3-D Viewing, E.A. Silverstein*, S.M. 
Spies, A.M. Zimmer and W.G. Spies. Northwestern 
Memorial Hospital, Chicago, Illinois. 

In this worKj an attenipt is made to utilize the 
human stereopsis capability to obtain a more 
effective presentation of SPECr data. Planar 
parallel projected views were synthesized frotn 
64x64 reconstructed SPECT data and viewed as 
stereo pairs. Rather than displaying opaque 
surface contours, our displays have the form of a 
translucent image. We believe that this style 
makes better use of the available data, since the 
whole data set is always in view. Viewing was 
done by various means: Pairs were shown side by 
side on a CRT or 8x10 film and fused with a stereo 
viewer. Alternating blue left and red right 
images in tlie same location on tlje CRP were viewed 
with blue left and red right eye filters. A 
canmercial liquid crystal polarizing display was 
also tried. *Ihe kinds of images viev^ included 
Tc-99m PYP cardiac images, T1-2U1 myocardial 
images, Tc-99m PYP bone images, and labeled 
monoclonal antibody imciges with both 1-131 and In- 
Ill. Far less smoothing than usual was needed to 
make the images acceptable. Synthesized single 
views suggest the possibility of eliminating 
planar imaging in some situations. Projected 
enhancanents include the use of motion by panning, 
tilting and rotation, the use of real perspective, 
and increase of (^solution to 128x128. 



MP31.20 

£^raluation of Parallel Hole Colli«ators Used for 
SPSXrr lEsaging. B.A. Silverstein* and S.M. Spies, 
Northwestern Manorial Hospital, Chicago, Illinois. 

Consistency of septal angulation of a parallel 
hole collimator is more important for SPECr than 
for planar imagir>g. In this worK two types of 
measurements, one local and one global, are 
developed for evaluating this consistency. The 
local measurement involves placing a point source 
of radioactivity (Tc-99m) about 15 cm from tlie 
collimator under test. A ganma camera faces the 
other side of the collimator at a distance of 50 
cm. Itie sou-ce is fixed with respect to the 
camera. Thus, the same portion of the camera 
field is used for all measurements. Suitable 
setups permit the collimator to be moved sideways, 
or the camera-source system can be moved. 
Variations in septal angulation cause the image of 
the point source to itvove. ^e long 50 cm lever 
arm amplifies tlie angular variations. A precision 
of 0.5 mn in measuring the image position gives a 
sensitivity of 1 milliradian, with greater 
sensitivity realizable. The variation in septal 
angulation can thus be assessed. The global 
measurement uses images of point sources placed at 
a lai^» distance from tlie camera-col limator system 
being tested. Visual and computer analysis of 
these large point source images reveal defects in 
septal angulation not apparent in the flood 
performed wittj a sheet source. 



MP31.21 

The Effect of Different Flood Field 
Correction Methods on SPECT Images. A van 
Aswegen , PH Pretorius, CP Herbst, MG 
Ltitter and PC Minnaar, University of the 
Orange Free State, Bloemfontein, South 
Africa. 

Effective quality control Is of utmost 
Importance In performing reliable single 
photon emission computed tomography 
(SPECT) studies. SPECT images have to be 
corrected for flood Field (FF) ncn- 
uniformities prior to reconstruction in 
order to eliminate ring artifacts. Three 
types of FF Images were evaluated i.e, 

(I) a Tc-99m filled sheet source (TSS), 

(II) a Co-57 sheet source (CSS) (both 
acquired with a low anergy high 
resolution collimator) and (ill) a Tc-99m 
point source (TPS) Imaged without 
collimation. Integral uniformity (lU) 
measurements were done on all FF . The 
effect of the FF on tomographic 
resolution and uniformity was evaluated. 
lU of TPS was superior to CSS and TSS for 
central field of view. No significant 
difference could be found for either 
resolution or tomographic uniformity for 
the different FF. TPS is therefore 
recommended for non-uniformity correction 
provided collimators used for SPECT 
acqujsljtfyn are intact. 
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KP31.22 

A Comparison of Radiation Do&e from 
External Sources of 0(1-153 and Eu-155 . 
CD. Frey*, C, Starr, C, Um and 
K.M. Spicer, Medical University of 
South Carolina, 171 Ashley Avenue, 
Charleston, South Carolina 29A25. 



KP31.23 

A Quantitatiye Theory for the Measureoent of 
Cerebral Blood Flow with 99orc-HMPA0 and SPECT 
T.y. Lee and I,W,T. Yeung, Radiology, St, 
Joseph a capital and Medical Biophysics. 
University of Western Ontario, London, 
Ontario, Canada N6A 472 



When single photon emission computed tomography 
(SPECT) is done simultaneously with transmission 
computed tomography (TOT) done with a 
radionuclide source; the TOT data is used to 
produce attenuation measurements and scatter 
corrections used to improve the fidelity of the 
SPECT images. This study calculated the 
radiation doses from transmission sources of 
Gd-153 and Eu-155. Doses were calculated for 
slabs of tissue from 5 cm to 20 cm thick. The 
results are presented in the form of curves that 
show the average dose to the tissue per primary 
transmitted photon. This data can be used to 
select appropriate nuclide sources for TCT. 



The radiopharmaceutical, ^^ajtc-HMPAO, has 
been developed with the expectation that it 
can be used to measured cerebral blood flow 
(CBF) with SPECT, However, because of its 
limited extraction efficien;v(EE) and unstable 
binding to the brain parenchyiaa, the quantif - 
ication of CBF with it has proved difficult 
using simple nsodels. We have developed a 
theory in which the transport, transcapillary 
exchange and reversible binding of 99i»rc- 
IIMPAO are modelled. It is shown that the tot- 
al tissue concentration of the material. At, 
is related to the arterial concentration, CBF 
and EE. At can be measured in-vivo noninvas- 
ively with SPECr, and the arterial concentrat- 
ion of the lipophilic form of HMPAO is measur- 
ed by octanol extraction such that CBF can be 
estimated by non-linear curve fitting using 
the operating equation of our proposed mdoel. 



MP31.24 

SPECT Imaging by Using a Multislice 
Fan Beam Collimator, Y. Akiyama* 
S. Sakata and N. Yui, Chiba Cancer 
Center Hospital, 666-2, Nitona-cho, 
Chiba-shi 280, Japan. 

A multislice fan beam type casting collimator for 
SPECT was introduced in our institute, (hole size: 
1.8mra, septum: 0,3cm, hole length: 40mra, energy: 
leOKeV, focus: 750mra, F.O.V.: 350mm). An inter- 
polation method developed for a fan beam type 
X-ray CT was modified and utilized to reconstruct 
the SPECT images. This algorithm was confirmed by 
means of computer simulation. Primary photopeak 
data were obtained using a 20% energy window cen- 
tered at UOKeV for Tc-99ra and 159KeV for 1-123. 
Beforehand we studied various ploblems concerning 
the fan beam collimator by computer simulation 
method and by the use of a DIV/CON collimator, 
whose conversing side produces similar data to a 
fan beam collimator. We comparied the fan beam 
collimator and a low enegy high resolution para- 
llel hole collimator • Concerning the resolution 
and sensitivity the fan beam collimator is supe- 
ior to the parallel hole collimator. This was 
confirmed by various phantom studies and clinical 
examinations. 

The authors thank F. Kinoshita for expert techni- 
cal assistance. This work was supported in part 
by a Grant-in-Aid for Cancer Reseach (60-39) from 
the Ministry of Health and Weliare, Japan. 



KP31.25 

QUALITY CONTROL Qi-' SPECT SYSTEMS ; 

EFFECTS FROM SOME BASIC MI SADJUSTMENTS 

C.C.R2bilotta*\ M.A.Oliveira^^, M.F.S.Rebelo^\ 
R.Abe . 1-Instituto de Fisica, Universidade de Sao 
Paulo, ^2-Instituto do Coragao, Hospital das Cllni- 
cas, Sao Paulo, S.P., Brasil. 

It is wideiy known that quality control of 
equipment conditions, data acquisition and 
reconstruction methods are extremely critical 
in order to produce reliable SPECT images. 
Effects due to: a)detector gantry misalign- 
ment , b)unsatisfactory detector tuning, c) 
wrong computer centre of rotation, d)inho- 
raogeneity of collimator septa/holes and 
others are often mentioned but seldom shown 
in the literature . 

Point- and line-sources, cold- and hot-rods 
phantoms studies had been developed for a 
wide field of view rotating camera coupled 
to a low energy high resolution collimator. 
Reconstructions were accomplished using 
ramp , Hann and Parzen filters. 
The aim of this contribution is to show the 
effects due to the factors a),c),d) as well 
as source-detector distance, scatter medium 
and counting statistics on the sinograms 
and the reconstructed images. 

§ Financial supports from FAPESP and FINEP. 
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MP31.26 

Analysis of reconstruction filters on 
tomographic noise in SPEC!' imaging, R. 
Moretti, A. De Agostini, S. Belletti* 
L. Mascaro, Health Physics Dept., Spe- 
dali Civili, 25100 - Brescia, Italy 

Noise level of a reconstructed image modifies le- 
sion detection capabilities of a tomographic sys- 
tem. Selection of the appropriated back-projection 
filter function is of greatest importance in opti- 
mizing image characteristics. 
We have analized the influence of various window 
functions (Bt, Hn, Pz, Wn, Mz) on the noise level 
of images obtained with a rotating SPECT gairana-ca- 
mera system. 

Computer simulation of cold lesions (diameters 
ranging from 10 mm to 35 mm) embedded in a uniform 
background activity with a Gaussian noise function 
distribution was compared with theoretical and ex- 
perimental data. 

Analysis covered usefuU matrix size, angular step 
and was extended to low, medium and high image co- 
unt densities. 

Results were used for obtaining practical indica- 
tions to clinical implementation of autoyiiatic fil- 
ter selection. 



MP31.27 

Effects of collimators design on image 
characteristics in tomographic gamma - 
camera system, A. De Agostini, R. Mo- 
retti, S. Belletti* , L. Mascaro, Hea- 
lth Physics Dept., Spedali Civili, 
25100 - Brescia, Italy. 

Selection of corrected collimator system for 
qualitative and quantitative gamma-camera SPECT 
imaging is of the utmost importance in optimi- 
zing Nuclear Medicine tomographic procedures. 
Collimator design ( number, diameters and len- 
ght of holes ) modifies the physical parameters 
of reconstructed images, such as spatial reso- 
lution, contrast, noise level, lesion detection 
and so on. 

Three types of parallel holes low and medium e- 
nergy collimators were used for quantifying ima- 
ge parameters. 

Results show the importance of collimator choice 
in modifying image physical characteristics, and 
were used for optimizing acquisition pf^rameters 
of clinical emission tomography. 



MP31.28 

SPECT Reconstruction of Syimietric 
Radioisotope Distributions From a 
Very Limited Number of Views. T. 
Lowinger*/ D.S. Marsden/ Department 
of Radiology/ St. Luke * s/Roosevelt 
Hospital Center, New York, N.Y. 10025 

Objects with symmetry properties may be recon- 
structed in a tomographic study from a limited 
nuirf^er.of views. We studied a number of recon- 
struction algorithms that have previously been 
developed for astronomy and electron microscopy 
and used them to reconstruct 3-dimensional iso- 
tope distributions from a single projection. 
An algorithm invented by astronomers to deter- 
mine mass distribution in globular clusters has 
been applied to tumors. Often a tumor will ex- 
hibit radial symmetry in its uptake of isotope 
thus, 3-D isotope distribution may be calculated 
from a single view. In bone scanning, cylindri- 
cal symmetry is exhibited by parts of the humer- 
us and other bones. Such structures can be re- 
constructed from a single planar view. We have 
obtained tomographic reconstructions from a 
single view and from 2, 3, 4 views of phantom 
and patient data. The 3-D isotope distributions 
obtained compared well with theoretical predic- 
tions, and- actual SPECT studies. This- method 
of tomography is available for any scintillation 
camera interfaced with a coiiputer. 



MP31.29 

Image Properties of Digitized 
Radiographs, Y.Kodera*, M.Ogawa, 
M.Fujita and T.Wada, Hiroshima 
University, 1-2-3 Kasumi, Minami-ku, 
Hiroshima* Japan 

A digital image processing system for a medical 
x-ray image was developed. The system is made 
up of a minicomputer, a high resolution laser 
scanner and a laser printer. A digital image was 
obtained from a film radiograph by the laser 
scanner. The pixel size was variable from 56.6 
to 198.1 um with a pitch of 28.3 um and the 
density resolution was 10 bit. An output image 
of the laser printer was produced with a pixel 
size of 85 um at a 8 bit density level. 
As sigmoidal relationship was found between 
input and output densities, linear transformation 
was then made by use of a look-up table. 
Resolution of this system was mainly determined 
by the pixel sizes of the laser scanner and 
depended on the scanning directions. In a digi- 
tized image of screen film systems the radio- 
graphic mottle was reduced in high spatial fre- 
quency range, but a little increase in low fre- 
quency range. Some clinical radiographs were 
processed and would be presented. 
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MP31.30 

Quantitative Uriformity Analysis in 
Radiological Image intensifier-TV 
Systems Using a Digital image Processor* 
P. Cooney; K.P. Maher and J F Malone, 
F.D.V.H., Meath Hospital, Dublin 8. 

Uniformity is a well defined term used to describe 
the response of gamma cameras to a "uniform" 
radiation input, it is not routinely included in 
the performance specification of x-ray image 
intensifier-TV (XII-TV) systems, where it can 
influence such applications as vascular, cardiac 
and quantitative digital studies, its 
specification poses a number of problems such as 
the absence of any agreed measurement methods and 
tolerances, and the compound effect of the 
individual component uniformities. 

A quantitative study of XII-TV system uniformity 
was performed, based on a refined version of the 
NEMA Definition for gamma cameras, with the use 
of a real-time digital image processor (Quantel, 
I-lOO). Uniformities of + 50% and higher, were 
observed. The influence of image noise and matrix 
size has been investigated. Measurements and 
definitions were also developed for the individual 
system component uniformities and applied to a 
number of systems in routine hospital use. A 
considerable variation between systems was evident. 
A detailed analysis of the results will be 
presented. 



MP31.31 

Computerized Analysts of the Heart in Digital Chest 
Radiographs. N. Nakamori*, K. Doi, V. Sabeti, H.-P. 
Chan, S. Katsuragawa, H. MacMahon. Kurt Rossmann 
Lab. for Rad. Image Res., Univ. of Chicago, Chicago, 
IL 60637 

Some of the most useful diagnostic information 
in chest radic^raphs is related to the size and shape of 
the heart. We are developing an automated method to 
determine the contour of the projected cardiac image 
in PA chest radiographs and to obtain a number of 
measures related to the size and shape of the heart 
including the long and transverse dimensions, the pro- 
jected heart area and the cardiothoracic ratio. In 
order to obtain »lgold standards", four radiologists 
traced their best estimates of the entire contour of 
the heart on 12 radiographs, including the largely 
invisible inferior margin. These contours expressed in 
terms of radial distances from the center of the heart 
were analyzed by using Fourier analysis. Results of 
Fourier coefficients were used as a guide to obtain an 
approximate pattern of the heart image by fitting a 
shift-variant sinusoidal function to detected edges of 
the heart. The heart and diaphragm boundaries were 
determined from the detected edges tn horizontal and 
vertical profiles, respectively. We found that the 
contours of heart im^es obtained with our automated 
method agreed well with those obtained by radio- 
logists. We shall present preliminary results on 
clinical usefulness of our method. 
Supported by USPHS Grants CA24806, HL36238, and 
The Whitaker Foundation. 



MP31.32 

The Use of Rare Earth Filtration in 
Digitally Enhanced High Milleamperage 
Fluoroscop/ , G.D. Frey*, R.A, Miller 
and R,C. Holgate, Medical University 
of South Carolina, 171 Ashley Avenue, 
Charleston, South Carolina 29425. 

The use of high mA digitally enhanced fluoroscopy 
has made it possible to do operative angiography 
with mobile C-arm devices. However whe conven- 
tional aluminum filtration (1 mm AL) if used the 
skin entrance exposures can be very high. Expo- 
sures greater than 30 R/min occur at 120 kV and 
20 mA. The use of a rare earth filter(*) reduces 
the skin entrance exposure by a factor of a 2 at 
120 kV and a factor of 4 at 60 kV. However image 
quality deteriorates if the rare earth filter is 
used without adjusting the kV to lower values. 
If the kV is reduced image quality is maintained. 
This study determined the appropriate kV"s to use 
with the rate earth filter. Image quality 
studies with phantoms and patient studies show 
that substantial exposure reductions are possible 
without loss of image quality. 

*R~filter RSP Inc., San Carlos, CA 
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MP31.33 

image rormats: rive lears njter me jvu-tn c^tanaara 
Format for Digital Image Interchange, G.Q. Maguire h.l 
and M.E. N02+. Dcpartmeni of Cbmpuier Science 
Columbia University. New York. NY 10027 ^Department 
of Radiology. New Yorlc University. New York. NY 
10016 

The publication of AAPM Report No. 10 was the first attempt to 
standardize image formats in the medical miaging community. Since 
then, two other groups have formed (CART - the Scandinavian 
collaboration for Computer Assisted Radiauon Therapy ihreaiment 
planning, and ACR-NEMA. a collaboration whose purpose is to 
formulate a standard digital interface to medical imaging equipment). 
The AAPM format uses key-value pairs in plain text to keep track of 
all informau'cn associated with a particular image. The radiation 
oncology community in the U.S. has been defining key-value pairs for 
use with CT. nuclear medicine and NMRI images. Addiuonally, both 
ACR-NEMA and CART have been defining fields for use with the 
same types of images- The time has come to unify the naming of 
these fields. The CART collaboration has introduced a data base 
which is available electronically, but is maintained by a group of 
individuals. ACR-NEMA operates through committee meeungs. To 
insure a consistent set of field names in such a rapidly developing 
arena requires the use of a server railier than a committee. Via a 
server a person would inquire if a particular field had been defined- If 
so, the defined name would be returned- If not, the person would be 
given the opportunity to define the field. The next inquiry would 
return the previously defined field- A number of computerized 
services abeady operate in this manner- As new modalities arc added 
to the imaging repetoire, it would be easier and faster to ensure the 
consistency and adequacy of the data base; e.g., in the present version 
of its standard, the ACR-NEMA fields arc adequate for CT but there 
are almost no fields suitable for describing the parameters associated 
with nuclear medicine and NMRI images. 



Biomedical Engineering • San Antonio, Texas 



KP31.34 

A CCD Photoreceptor System for Measure - 
ment of Image Quality Descriptors ^ F*J* 
McCraw*, J.A, Bencomo, and L.M. Marsh, 
University of Texas System Cancer Center, 
1515 Holcombe Blvd, Houston, TX. 77030 

A 256 pixel CCD line detector designed 
for optical character recognition has 
been adapted for capture of its video 
output signal. This signal was condi- 
tioned and syncronized for digitization 
by an IBM Data Acquisition and Control 
Adaptor in an IBM XT computer. A lens 
and mirror system is used to both focus 
an image on the receptor and to remove 
the sensitive CCD device from the direct 
x-ray beam. Software has been developed 
to provide for acquisition control, 
storage and processing of the data. An 
initial evaluation of the device sensi- 
tivity, dynamic range and accuracy has 
been performed. It is expected that this 
device can be used to facilitate measure- 
ment of image quality descriptors nec- 
essary to optimize clinical image 
techniques. 
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MP31.35 

Performance of Antiscatter Grid in Digital 
Radiography: Effect on Signal-to -Noise Ratio. H.-P. 
Chan*, K. L. Lam, Y. Wu, H. Fujita, K. Doi, Kurt 
Rossmann Lab. for Radiologic Image Research, Dept. 
of Radiolc^, Univ. of Chicago, Chicago, IL 60637 

We have studied the effect of antiscatter grid 
on the signal-to-noise ratio (SNR) of low-contrast, 
quantum-noise-limited objects in digital radiography. 
In a theoretical analysis of the SNR, we found that the 
effectiveness of a grid is determined by a performance 
index, which is proportional to the contrast improve- 
ment factor and inversely proportional to the square 
root of the Bucky factor of the grid. Results of Monte 
Carlo simulation studies and experimental measure- 
ments with an I.I.-TV digital system indicate that, for 
a given patient exposure, the improvement in SNR 
achieved by the use of a conventional grid is limited. 
The reduction of scattered radiation, however, reduces 
the relative effect of system noise on the SNR of a 
lov/-contrast object, thereby extending the useful 
dynamic range of the imaging system. 

Supported by USPHS Grant (NIUA) HL36238, The 
Whitaker Foundation, and USPHS Grant CA 24806. 



MP31.36 

(mage PC-Uady ot the architecture of a work- 
station for mage processing is a medical 
environment E.M. Staderini and Q.E. Gigante*, 
Centfo ingegneria Biomeclica deirUniversita* di 
Roma , Corso Vittorio E. 244 00178 ROMA 

Th^- personal processing of images is 
i^oin^j to be a primary need in such 
fields of medical research in which 
images are a medium to get transfer and 
deliver diagnostic knowledge. The 
architecture of an image processing 
system is now well established, 
consistng of an image capturing block, a 
processing unit and an output display. 
The availability of fast arithmetic 
processors allowed us to develop a 
versatile system with an hardv/are 
convolver capable of doing convolutions 
with programmable sise and shape 
kernels. The system is completed with 
high capacity storage units (hard disk, 
optical disk) configuring a complete 
personal workstation. 

The system is controlled by an IBM-PC 
and uses a high resolution CCD camera 
to acquire images. The first results 
obtained with such system, regarding its 
performances and limitations, are 
discussed. The workstation is going to 
be used in a di$iital radiographic system 
whose preliminary results are shown. 



MP31.37 

Use of the effective dose equivalent, Hg, 
In PET studies. W. Huda* and G.A. Sandison, 
Manitoba Cancer Foundation, 100 Olivia Street, 
Winnipeg, Canada, R3E 0V9. 

The effective dose equivalent, H^, can be used as 
standard radiation dose parameter In all Imaging 
modalities which utilize Ionizing radiations 
Including Positron Emission Tomography (PET) . 
A simplified method for evaluating H-. values 
for the positron emitters ^^C, ^^N, *^0 and 
Is presented. values for a range of PET studies 
have been computed based on blodlstrlbutlon data 
available In the scientific literature. Low dose 
PET studies Include a bolus administration of 
28 mCl CO^O (Hg = 100 mrem) and 2 mCl °F L dopa 

(Hp = 130 mrem). High dose PET studies Include 
20 mCl C DM0 (Hg = 560 mrem) and a labour (steady 
state) Inhalation of a total 250 mCl C 00 (Hp = 
890 mrem). The mean H^ value of 13 diverse PET 
studies was computed to be 390 mrem. 
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MP32.1 

Radiotherapy Dosinetry IntercaqBrisCTi in the U.K. 
D.L Thwaites and J.R. Willians+, * I^cal 
Physics, Vfestem General Hospital, Edinburgh, 
Scotland; + Medical Physics, Belvidere Hospital 
Glasgow, Scotland. 

The IP^ (HPA) Radiotherapy Topic Group has initiated a study, 
invx)lving all UK radiotherapy coitres, aiiidng to establish the 
degree of variation between measured and stated dose for all 
MV photwi beaiB under referaxre conditions and to conpare neas- 
ured doses in three-field treatments to those calculated by the 
local planning procedures. A phantom has been designed and ccm>- 
structed, having relatively ^jiple geometry, but enabling a 
range of factors to be tested. Cbses measui-ed in this, using 
an ionisation chanter, are coi^jared to those stated or calcul- 
ated fran clinical data in each centre. About half the centres 
have now been inducted. 

A preliminary analysis of the earlier results dx>ws a mean dis- 
crepancy under referoxre conditions of 0.1% (standard (tevia- 
tion 1.7%, naximja discrepancy ^). Consistency vdth field 
size variation uas generally within 1% and always within 2%. 
For planned three-field dose distributions, the average dose 
ratio (nsasured to calculated) yas 1.020 with no inhcmog^ 
eity present (s.d. 1.2%, range 1.007 to 1.033). With a lung- 
equivalent insert present, these results changed only margin- 

^&tended updated analysis is presented. As sufficioit data 
is obtained analysis will consider the effect of different var- 
iables, such as beam energy, treatment planning system factors, 
etc. 

Sponsors of the project include Technology, Kegretti Aviat- 
ion, Iffi Medical Systems. 



KP32.2 

Comparison of protocols for photon dosimetry, 
B.J. Mijnheer*, The Netherlands Cancer Institute, 
Amsterdam, The Netherlands, p.W. WittkSmper and 
A.H.L. AalberS, National Institute of Public 
Health and Environmental Hygiene, Bilthoven, The 
Netherlands, and L.M. Chin, Harvard Medical School, 
Boston, USA 

Recently a number of national and international 
organizations revised their protocols for mega- 
voltage x-ray and y-ray beam dosimetry, to incor- 
porate new concepts and refined data. The diffe- 
rences in recommendations in these reports with 
respect to type of reference instrvunent, calibra- 
tion, measurement procedure and reference data for 
physical parameters, will be reviewed. Despite 
these differences, it will be shown that the 
agreement in absorbed dose determinations is very 
good. In addition, the values for absorbed dose 
derived according to one of these new protocols 
shoved agreement within 1.0% with values obtained 
with a graphite calorimeter. 

The absorbed dose to a medium irradiated by ortho- 
voltage x-ray beams is usually determined accor- 
ding to the formalism recommended by the ICRU. 
Experiments using different types of ionization 
chambers and analysed according to the ICRU and 
a new formalism, will be described. Results will 
be compared with those obtained recently by 
other groups using different calibration or 
measurement procedures. 



MP32.3 

EST;k/\TION of output of 12 MeV LINEAR 
ACCELERATOR (MEVATRON-7^) FROM OWT-PUT 
FACTORS, Surinder K.Kaul* Wajahat H. 
Andrabi, Rakesh K. Kaul 

Department of Medical Physics and 
Dio-engineering,S.K. Institute of Med. 
Sciences, Soura,Srinagar, Kashmir-India. 

A simple enprical riiethod has been 
suggested for the output measurements 
of the arbitrary fields from known output 
factors for 10 MV Photons from Mevatron- 
7^ Linear Accelerator 
OF (X,Y)=OF (X,10) OF (10, Y) -(1) 
OF (X,Y)=iJiORX,10) OF (10, Y) and (2) 
for rectangular and square fields 
respectively. Where 'OF' stands for 
output factor and •X,Y' denote the 
field axis. The results obtained have 
been compared with experimental 
measurements of JOMV photons. The 
percentage variation in individual 
cases is less than 195 .It has been 
noticed that the output of fields 
X X Y^ Y X X. A possible explanation 
for this discrepancy has been given. 
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MP32.4 

Doaimetry of the Photon Beam of 
the CGR Orion 5MV Linear 
Accelerator , C.W. Coffey* , R . E . 
George"*", B. Stokes, B. Berner 
and M. Sanders, Radiation 
Medicine Department, University 
of Kentucky Medical Center , 
Lexington , Kentucky , 40536 . 
■^'Radiation Oncology Department, 
School of Medicine, Indiana 
University , Indianapolis , IN, 
46223. 

Beam characteristics and dosimetry of 
the CGR Orion 5MV, lOQ-cm SAD 
isocentric, linear accelerator are 
presented. The relevent physics 
parameters of central axis depth dose, 
tissue-maximum ratios, surface dose, and 
relative field size correction factors 
are presented for two independent Orion 
SMV accelerator installations. 
Additionally, the percentage depth dose 
data is compared with data from other 
commerc ial low-energy accelerator photon 
beams. Other clinical beam parameters 
investigated and reported include: 
field flatness, symmetry, isodose 
curves, and wedge attenuation. An 
assessment of dosimetry for the 
independent-jaw collimator assembly also 
is presented. 
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MP32.5 

!lhe Characteristics of Small X-ray Beams 
from Linear Accelerators y J-S Tsai* GK 
Svensson and be Bjamgard, Joint Center for 
Radiation Iherapy, Harvard Medical School, 
Boston, MA 02115, U.S^A, 

we use 6 K7 x-ray beams of diameter > 12.5 mm 
for stereotaxic intracranial irradiations* 
Smaller fields are of interest for treatment of 
AVMs and functional disorders. Hhis study aims 
to characterize such beams < 12.5 ram. Most 
measurements have been made with radiographic 
film. VThen the beam size is reduced, the dose at 
a given depth goes 'down and is about 50% at 2 mm 
of that at 8 mm diameter. Ohe THR is not 
affected, indicating that the doseAerroa ratio 
changes with beam size but not with depth. 
Gecxaetric unsharpness dominates the penumbra. 
The influence of electron spread is limited to 2 
mm laterally. Hesxilts with a beam-spot caioera 
show that an accelerator with a 90^ bent beam 
has a larger and more elongated beam-spot than 
one with a straight beam. In the latter machine, 
the source position was found to be more stable 
for different gantry angles, ^he isocentric 
accuracy of our straight-beam linear accelerator 
is better than +1 mm, as is the nechanical 
accuracy of the stereotaxic positioning aids. It 
is concluded that for 6 MV x-rays fields down to 
8 ran diameter can be utilized. For smaller 
fields, penumbra effects gradually contribute to 
the spread of dose outside the target. 



MP32.7 

THE EFFECTS OF SECONDARY BLOCKING ON OUTPUT 
FACTORS FOR 4, 6 AND 24 KV PHOTON BEANS. C. Reft, 
Michael Reese/University of Chicago Center for 
Radiation Therapy r Chicago, XL 60637 

Most dose calculation systems account for the 
change in machine output as a function of 
rectangular collimator field sizes through the use 
of output factors. However, most treatment fields 
are irregularly shaped due to secondary blocks, 
intended to shield vital organs or normal tissue. 
In some clinical situations, such &s extended 
mantle and half-field head and neck treatments, 
more than half of the Area defined by the machine 
collimators may be blocked by secondary blocks. 
The effects of secondary^ blocking can be 
significant as shown by Meli for a 6 MV photon 
beam. This work assesses the effects of secondary 
blocking as a function of collimator opening, SSD, 
blocked field area and arrangrtment for 4, 6, and 
24 MV photon beams. A simple but accurate method 
is described for calculating output factors for 
blocked fields from a limited number of in*air and 
ln*-phantom dose measurements as a function of 
collimator setting. Comparisons of calculations 
with Lteasurements for some typical patient 
treatment fields will be presented. 

^J. Meli, Med. Phys. 13 t 405, 1986. 



MP32.6 

Explanation for the Degree of Back Scattered 
Radiation from Collimator into Monitor Chamber, 
Hideo Kubo* and Pocheng Cheng, Department of 
Radiation Oncology, University of Rochester 
Cancer Center, 601 Elmwood Avenue, Rochester, 
Uew York 14642, Department of Radiation 
Oncology, Albany Medical College and VA 
Hospital, New Scotland Avenue, Albany, New York 
12208 

By simulating a flattening filter, beam monitor 
chamber and collimator jaws of a linear 
accelerator, we have measured the relative 
amount of back scattered radiation (BSR) from 
the collimator jaws into the monitor chamber. 
BSR was found to exist in photon beams of all 
three linear accelerators we studied, i.e., a 
Clinac-6, Clinac-20 and Therac-20. The Clinac- 
6 6MV photon beam showed little BSR dependence 
on collimator jaw opening. This was attributed 
to the presence of a fixed mirror in a beam 
path which absorbed most of the BSR. The 
Clinac-20 18 MV photon beam showed a smaller 
BSR dependence than the Therac-20 18 MV photon 
beam due primarily to 1) a larger chamber-to- 
collimator distance, and 2) a thick exit window 
on a monitor chamber. The Therac-20 18 MV 
photon beam showed the strongest BSR dependence 
on collimator opening due to 1) a small 
chamber-to-collimator distance, and 2) a thin 
exit window on a monitor chamber. 



MP32.8 

Dosimetric Evaluation of a D-shaped Field Used for 
Treating Retinoblastoma With 4MV X rays. 

Shirish K. Jani*, Edward C. Pennington, and 
David H. Hussey, University of Iowa Hospitals & 
Clinics, Iowa City, Iowa 

Retinoblastoma is a common intraocular child- 
hood disease treatable with radiation. The most 
widely used treatment technique includes a small 
single D-shaped lateral field using megavoltage x 
r^iys. The aim is to treat the entire retinal 
surface and spare the lens. In spite of it's 
widespread use, only a limited amount of dosimet- 
ric evaluation of this field is reported in the 
literature. Here, we report on the dosimetric 
aspects of a ^.5 cm x 2.5 cm D-shaped field with 4 
MV X rays from a Varian Clinac 4/80. A 12.5 cm 
thick lead block was used to obtain sharp beam 
edges. Surface dose and buildup regions were 
measured with a parallel plate ionization chamber. 
The output, percent depth dose, beam flatness and 
the penumbra were obtained. Results showed that 
the beam output was approximately 7% higher than 
an equivalent open field. Dose to the temporal 
retina at a depth of 0.5 gm/cm v/as 97% of the 
maximum dose requiring no added beam spoiler. It 
is concluded that special dosimetric evaluation of 
this D-shaped field is needed for clinical use. 
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MP32.9 

Dosimetry of Photon Beams From A Philips 
SL25 Dual Energy Linear Accelerator, G. 
Mitev*, S. Rajaratnam, M.K. Islam, U.F. 
Rosenow, Albert Einstein College of Me- 
dicine and Monteflore Medical Center 
Bronx, NY 10A67 * 

Characteristics of 6 MV and 25 MV photon beams 
from a Philips SL25 Linear Accelerator are des- 
cribed and compared to published data. Included 
are measurements of percentage depth dose, out- 
put factors, crossbeam profiles, und the result- 
ing Isodose distributions. Special attention Is 
given to the following SL25 capabilities: Dose 
distributions for effective photon energies re- 
sulting from mixed 6 MV and 25 MV beams; effective 
wedge angles from 0*^ to 60% generated with the 
motorized 60* wedge, by mixing wedged and open 
beams; off-centered fields as defined by the In- 
dependently movable collimators. The feasibility 
of generating effective photon energies lii be- 
tween 6 and 25 MV with the SL25 mixed beam mode 
xs Investigated, and an example of matching a 
15 MV photon beam from the Siemens Mevatron 20 Is 
presented. The usefulness of a continuously var- 
iable versus a discrete set of effective wedge 
angles is discussed. Characteristics of asymme- 
tric beams are demonstrated. The consequences of 
these special features for treatment planning are 
briefly outlined. 



MP32.10 

Characteristics of photon beams from 
Philips SL~25, Jatlnder R. Palta*, 
K. Ayyangar, Inder Daftarl and 
N. Suntharallngam, Department of 
Radiation Therapy and Nuclear Medicine, 
Thomas Jefferson University Hospital, 
Philadelphia, PA 19107 

Philips SL-25 Is a multlmodallty linear 
accelerator with new type of beam transport 
system and Independent collimator jaws, 
A comprehensive dosimetric study of 6MV and 
25K x-ray beams produced by this machine are 
presented. This Includes: (1) the beam 
flatness changes with depth, field size and 
energy, (2) surface and depth dose 
characteristics of Individual beams (3) mixed 
beams of different fractions, (A) output 
factors for open and wedged fields , 
(5) Isodose distributions for open and wedged 
fields , and ( 6) lead and cerrobend 
transmission for field shaping . The beam 
characteristics at off-axis points for open 
and wedged fields are also described to 
evaluate its Impact on the asymmetrically 
placed fields. 



MP32.il 

Dosimetric Measurements of Superficial X-ray 
Therapy ^fechine, F.J.Lin*, C.S.Chen, 
C.P.Ih, N.M.Tsang, Department of Radiation 
Oncology, Chang Gtmg Memorial Hospital, 
199, Tung Hwa North Road, Taipei, Taiwan, 
R.O.C. ' 

Superficial x-ray treatment facility has been used 
for many decades. It is still used in some hos- 
pitals for the treatment of localized superficial 
leasions such as skin cancer. Dose and relative 
dose measurements were made with cylindric chamber 
and normalized at phantom surface in many 
institutes. The meacurement results of relative 
dose for cylindric chamber and parallel plate 
chamber varied about 30% at the surface but agree 
within 0.5% at 0.5 cm depth when data were 
normalized at 1 cm depth. The surface dose is 
dependent on the chamber wall thickness. Measure- 
ments of percentage depth dose were performed with 
P?^^3^el plate chamber in water and polystyrene. 
The difference of the values in water and poly- 
styrene was about 10% from a depth of 1 cm to 3 
on for data normalized at 1 mm depth. We also 
studied the output, relative output factor, field 
flatness, uniformity index with calibration depth 
at 1 cm depth to minimize the uncertainty of 
surface dose. 



Analysis of the penumbra components in high energy photon 
beams, M. Simonian and J.C. Rosenwald*, Instilul Curie, 
26, ruetfUlm 75005 Paris, Franca 



At the edge of higher energy photon beams, several factors 
contribute to the penumbra : 

- The finite size of the source (geometrtcel penumbra) 

- The leakage through the collimator (transmission 
penumbra) 

- The radiation scattered from the head 

- The photons scattered from the medium 

- The finite range of the secondary electrons spread out 
laterally. 

These components are analysed using on one hand a 
ttieorelical approach based on the 3D superposition of point- 
spread functions, and on the other hand experimental 
results obtained in conditions where it is possible to 
quantify each of the^ components, 
it Is shown how the penumbra slope and shape are modified 
as a function of the energy, field size and depth for each 
component. 

We thank R. Mackie for providing us with software and data 
used for theoretical calculations. 
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MP32.13 

DOSE PERTURBATIONS AT HIGH ATOMIC NUMBER INTERFACES 
IN PARALLEL OPPOSED MEGAVOLTAGE PHOTON BEAM I^^P^jI- 
ATION, Indra J. Das*, Faiz M. Khan"**, and Kerneth R. 
Kase, Dept. of Radiation Oncology, Univ. of Mass. 
Med. Center, Worcester, MA 01605, and **T)ept. of 
Therapeutic Radiology, Univ. of Minnesota Hospital 
Minneapolis, MN 55A55, USA. 

Uniform dose distribution is required in a target 
volume for curative radiation therapy. The dose 
uniformity depends on photon energy, thickness of 
irradiating volume and presence of inhomogeneity. 
Dose perturbations in the vicinity of high Z inter- 
faces cause dose non-uniformity due to the loss of 
electronic equilibrium. In a single photon beam, 
there is a dose enhancement on the backscattered 
side of the inhomogeneity for all photon energies, 
but on the transmission side dose enhancement occ- 
urs for the energies greater than 10 MV and a dose 
reduction occurs for the energies lower than 10 MV. 
For parallel opposed beam, the dose enhancement is 
always observed on either side of the inhomogenei- 
ty. Dose perturbation is seen up to .he range of 
secondary electrons generated by the photon beams. 
Dose enhancement was studied for the commonly used 
inhomogeneities such as bone, steel (in the form of 
prosthesis), and lead, as a function of photon ene-- 
rgy, thickness, width and depth of inhomogeneity, 
and radiation field size. These data will be valu- 
able in predicting dose at high Z interfaces in 
parallel opposed beams used clinically. 



MP32.14 

Comparison of Air Gap Bui Idup 
F actors for 18 MV, 6 MV ._and"_Cobalt -60 
Photons. D.L. Wilson, Dept. of Radiation 
On coloqy. University of Louis ville _B rown 
Can cer Center, Louisville, KY 40292 

A thin window ion chamber (Markus) placed 
inside a polystyrene phantom was used to 
measure dose buildup factors behind various 
air spaces for 18 MV, 6 MV, and Cobalt 60 
photon beams. A large dose buildup effect 
is observed for smaller field sizes. This 
effect becomes more pronounced at the 
higher energies, and may ^ave clinical 
signifigance when treating small fields 
with 18 MV photons. The dose buildup effect 
is of much less importance at larger field 
sizes. There is no signifigant reduction of 
dose bahind air cavities when very large 
fields are used such as in whole body or 
hemibody treatments, even at 18 MV. When 
high energy photons are used for whole body 
treatment, superficial doses can be 
effectively increased by adding a thin 
plastic sheet well in front of the patient. 
Buildup data for various field sizes and 
air cavity dimensions are presented from . 
measurements made on the Therac 20, Therac 
6, and Theratron 780 therapy machines. 



MP32.15 

Direct Measurement and Use of Tissue-air 
Ratios for Megavoltage Radiotherapy Beams, 
B. Thomadsen*, T.R. Mackie, S. Shahabi, 
B. Paliwal, University of Wisconsin, Madison, 
Wisconsin, United States of America. 

Uncoupling the z-drive on a commercial 
scanning water phantom, fastening the z-position 
read-out to a float, and fixing an ionization 
chamber in the water tank, modifies the system to 
directly measure tissue-air ratios (TAR) . As per 
Suntharalingam, Shalek, and Lanzl (1972), by cal- 
culating the do'se in-air as the dose in-phantom 
divided by the TAR (as the ratio of readings, not 
doses), in use, inappropriate factors cancel. 
For high energy beams (e.g., 24 MV) graphite 
yields more compact build-up caps than lucite, but 
without the pair-production problems of aluminum. 

The use of in-air measurements with a build- 
up cap to characterize the intensity of the radi- 
ation incident on the phantom simplifies the 
separation of collimator -dependent from patient- 
geometry-dependent variables, as compared to 
methods often Used with tissue-phantom or tissue- 
maximum ratio systems. 

Sample tables will be presented. 



Suntharalingam, N., Shalek, R.J,, Lanzl, L., 
AAPM Quarterly Bulletin , June 1972, 61-62 



MP32.16 

On the Necessity of Scatter-air Ratios, 
B. Thomadsen*, L. Asp**, T.R. Mackie, S. 
Shahabi, B. Paliwal, University of Wisconsin, 
Madison, Wisconsin, United States of America. 

The usual practice for calculating dose 
rates in irregularly-shaped radiotherapeutic 
photon beams entails the summation of scatter-air 
ratio (SAR) contributions from partitioned sectors 
of the field (referred to as a Clarkson procedure) 
(1,2). This procedure yields an effective SAR 
which, when added to the tissue-air ratio (TAR) 
for a "Zero area field" (TARo), gives the TAR for 
the point of calculation. Shrivastava (3) has 
pointed out the insensitivity of the resultant TAR 
to the accuracy of the TARo, because the SAR table 
comes from subtracting the same value of TARo from 
TARs that is added again in the Clarkson procedure. 

In fact, the Clarkson procedure requires 
neither the TARo nor SAR, as shown below: 

TAR(irg) = TARo + (1/n) S SAR(radius) 

= (1/n) 2 [TARo + SAR(radius)] 
= (1/n) 2:TAR(radius) 
Thus, only the TAR values need be summated. 
**Current affiliation Bowling Green Medical Center, 
Bowling Green, KY, USA. 

1. Clarkson, J.R. Brit. J. Radiol . 14 (1941) 265. 

2. Cunningham, J. Shrivastava, P. WHlcinson, J. 
Computer Programs in Biomedicine 2 (1972) 192. 

3. Shrivastava, P., Summers, R., Samulski, T., 
Baird, L., Phys . Med. Biol , 24 (1979) 818. 
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MP32,17 

Dosixretry Measurements in Presence of Dental 
Materials for Oherapeutic Radiation Beams, 
Subhash C. Sharma*, Ph.D., Maritza 0. Jenkins**, 
D.D.S., Niranjan Bhandare and Allan G. Farman**, 
Vh.D*, Dept. of Radiation Oicology, School of 
Medicine and School of Dentistry, University of 
Loiiisville, Louisville, Kentucky 40292* 

Metals (13xl6xl.5nin approxiiTBtely) of Stem 
hard type II gold, medium type III gold, Analgam, 
Tirconium, and Lead placed in a polystyrene 
phantom, forming a synrnetric field of 5.0 x 5.0 
cjn were exposed to different therapeutic beams 
of radiation (Cobalt-60 photons, 6 MeV, 9 MeV, 
13 MeV, 17 MeV, and 20 MeV electrons). A thin- 
window parallel plate small volume ionization 
chamber was used to measure transmission and 
backseat ter radiation. As expected, the results 
showed dose enhancement at the entrance side of 
the metals. In addition, we will report results 
of using film and thermoluminescent dosimetry 
thin chips to measure dose distribution around 
the metals. We intend to use this experimental 
data to evaluate the ccmputer algorithms used in 
the ccnputerized treatment planning, specifically 
for head and neck cancer patients containing the 
dental restorative materials and treated with 
radiation beams. 



MP32,18 

Dose Perturbations Around Stainless 
Steel Implants , E.G. Scarbrough*, N.C. 
Ikoro, P.P. Antlch, U.T Southwestern 
Medical Center at Dallas , Dept. of 
Radiology, 5323 Harry Hines Blvd. , 
Dallas, TX 75235-9071 

Interfaces are created in tissues and bones by 
implantable stainless steel trays used in the 
surgical management of oropharyngeal cancer; 
dose perturbations around such interfaces arc 
measured with ultrathin (nominally 50 microns) 
TL dosimeters. The ultrathin dosimeters are 
of dimension and sensitivity appropriate for 
precise and accurate measurement of dose 
perturbations at these sites. Results are 
consistent with previous work on Cobalt-60 
gamma beams. New data on 6 MV photon beams is 
presented. Implications for therapy and 
techniques to reduce the dose enhancement due 
to backscattered electrons are discussed. 



MP32.19 

Loss of Beam Edge Sharpness for High «ii^i.gy 
Photons in Low Density Materials, Kenneth E. 
Ekstrand*, Bowman Gray School of Medicine, 
Winston-Salem, NO 27103 and Walter 
H. Barnes, Moses H. Cone Memorial Hospital, 
Greensboro, NC 27A01. 

The problem of central axis dose reduction for 
high energy photon beams traversing normal lung 
tissue is well k »own. An additional problem, 
which may be not as well appreciated, is the loss 
of electronic equilibrium on the periphery of high 
energy photon beams, resulting in an increase in 
the penumbra occurring in lung. We have compared 
profiles of x-ray beams ranging in energy from A 
MV to 18 MV, The profiles were measured at 10 cm 
depth in unit density and lung density (.26) phan- 
toms. At the highest energy the 20X to SOX 
penumbra width was measured to be 7.5 mm In the 
unit Jensity material, whereas in the lung phantom 
the width was 18 mm. At 4 MV the situation was 
reversed, that is, the penumbra was slightly 
smaller in the lung phantom. 

Host radiation therapy treatment planning computer 
programs do not take into account this change in 
beam profile when calculating dose in the lung. 
This can result in an unanticipated underdosing 
when high energy x-rays are used. We recommend 
that lung treatments be carried out at x-ray 
energies of 6 MV or less. 



MP32.20 

Influence of Aluminum and Bone on Dose 
Distributions for Photon Beams 

, . *i ; 

S.E. Klein , R.K. Rice, B.J. Mi3nheer, 
L.M. Chin, Joint Center for Radiation 
Therapy, Harvard Medical School, Boston, 
MA 02115 

The influence of bone and aluminum 
simulating bone on dose distributions for 
4 and 15 MV photon beams has been studied 
in detail. The data is being used to 
evaluate existing heterogeneity correction 
algorithms and to guide in the development 
of new ones. Various phantom geometries, 
including bilateral femur geometries were 
studied. Measurements were made with a 
thin window parallel-plate chamber, a 
small diode, and film. The vertical (both 
proximal and distal) and lateral 
interfaces were studied for various field 
sizes and bone sizes. Significant 
underdosing was observed for the 4 MV 
photons distal to the bone and aluminum. 
This is followed by a second buildup 
region. Overdoses were observed both 
proximal and lateral to both bone and 
aluminum of about 15 %. The bone and 
aluminum have similar influences on photon 
dose distributions. 

^Present address: Cleveland Clinic Found. 

Cleveland, Ohio 44106 
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MP32.21 

INFLUENCE OF HIP PROSTHESIS IN HIGH 
ENERGY PHOTON DOSE DISTRIBUTIONS 

C,H. Sibata, J. Mastandrea, H^C, Mot a** and 
P.D. Higgins. Cleveland Clinic Foxindation. 
9500 Euclid Ave, Cleveland, OH, 44106, USA* 



Radiotherapy treatment of patients having 
hip prostheses are a common problem facing 
dosimetrists and physicists when a 
treatment plan is being done which 
requires irradiation of the pelvic area. 
Normally this problem is avoided by 
changing the 4-field "box" technique to 
one which does not irradiate the 
prosthesis. To quantify the perturbation 
of these devices , studies of attenuation 
and transmission were made on 6 and 18 MV 
photon beams using two different hip 
prosthesis compositions. These studies 
have shown that an attenuation of as much 
as 40 % can be found in a single beam 
profile under the prosthesis. In 
principle, the perturbation caused by 
these devices could be calculated and 
accoiinted for by using compensators. We 
have attempted to study the capability of 
a dose planning system to predict the 
attenuation and transmission of these 
devices as compared with measurements. 



MP32,22 

Modification of the Dose in Radiation 
Fields Due to the Presence of a Mandibular 
Prosthetic Implant, K,P,Dopp}:e*,S. Sailer, 
Massachhusetts General Hospital, Ma, USA 

Patients with head and neck cancers are often 
treated after major reconstructive surgery and 
they occasionally have had replacement of their 
mandible with a stainless steel prosthesis. This 
prosthesis is 8mra wide, 3min thick and with 
holes spaced every 8min center to center . The 
resulting modification of the dose distribution 
was evaluated for low and rcedium energy x-rays 
and 6,9, and 12 MeV electron beams normally used 
in the treatment of these patients. Dosimetry 
measurements were performed using film to 
evaluate the dose distribution and a parallel 
plate chamber was used to study the local 
changes due to the backscattered radiation. The 
results demonstrate that the dose beyond the 
stainless steel is significantly modified in the 
electron fields, with a maximum increase In dose 
of 17% due to backscattered electrons. There 
are areas in depth where the dose increase was 
24% higher then the open field for the 12 MeV 
beam and somewhat less for the lower energy 
beams. A dose reduction of greater than 50% Is 
seen behind the stainless steel . The 
mc Jif ication of dose in depth for the photon 
beams was less, but a dose increase of 26% w?s 
measured due to backscattered radia^icn in the 
cobalt-60 beam. 



MP32.23 

Radiation Dose Non-Unifonnity Caused ^ by 
Permanent Vascular-Access injectTon 
Ports . F.R. Bagne*, H.W. Merrick, N. 
Sams ami, R.R. Dobelbower, Jr. Medical 
College of Ohio, Toledo, Ohio. 

Injection ports are frequently used to maintain 
permanent vascular access in patients with malig- 
nant disease. The injection ports allow blood 
sampling as well as infusion or injection of 
chemotherapeutic agents directly into the circula- 
tion. The access catheters are usually placed in 
the subclavian vein with the injection port being 
implanted in the infraclavicular area. These 
injection ports are entirely self-contained under- 
neath the skin and may have been placed in an area 
which subsequently requires radiation treatment. 
A comprehensive study of the perturbation effects 
of the injection ports when placed in the path of 
the beam was carried out. All dose measurements 
were performed either in water or polystyrene 
using stainless steel and titanium injection ports 
manufactured by Davol. The radiation beams were 6 
MV and 10 MV X-rays and 6, 9, 12, 15, and 18 MeV 
electrons. The data indicate that the presence of 
injection ports significantly alters the radiation 
dose end dose uniformity. For example, the dose 
underlying a stainless steel port is reduced by 
475S when 18 MeV electrons are used. This paper 
presents the dosimetric data, discusses the clini- 
cal significance of the results, and provides rec- 
ommendations for design modification of the ports. 



MP32.24 

DOSE PERTURBATIONS ASSOCIATED WITH 
RETRACTED MISSING TISSUE COMPENSATORS, 
D. Robinson*, J.W. Scrimger, Department 
of Medical Physics, Cross Cancer 
Institute, Edmonton, Alberta, Canada 



We have studied experimentally the degree to 
which retracted missing tissue compensators in 
the presence of irregular surfaces are able to 
restore the dose distribution obtained with a 
normally irradiated regular surface. Initial 
results were obtained for a flat slab geometry^, 
and recsnt investigations have concentrated on 
coni cal geometri es whi ch are amenabl e to 
mathematical analysis. The experimental 
arrangement involves a hollow cone immersed in 
water, with the associated water deficiency 
compensated by a geometrically reduced retracted 
unit density cone. 

Results of measurements made in ^"Co, 6MV and 
15MV photon beams will be presented, and the 
extent to which a simple analytical approach is 
able to explain the data will be discussed. 

^Megavoltage photon beam dose reduction with 
retracted tissue compensators. DM Robinson, JW 
Scrimger. Phys Med Biol 1987; Vol. 32, No. 8: 
1031-1037. 
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MP32.25 

Coti^arative Analysis of Dosimetry Protocols for 
Electxon Beams - sore Physical and Clinical 
Lnplications, D.I. Ihwaites* and A.E. Nalum+, 
* ^fedical Physics, Western General Hospital, 
Edinburgh, Scotland; + ^fedical Physics, The 
Royal Marsden Hospital, Suttai, Ehgland. 

Various national and international dosinetxy protocols have 
appeared between 1980 and 87. Different approaches have been 
foUowsd and different values used for various parameters, due 
to advancing knowledge during this period. Thus international 
consistency has been lost. National consistency is also reduc- 
ed, as inevitably all coitres do not adopt new recamendations 
unifonrily at the same tine. 

Ihe various electron protocols are ccnpar^ito each other and 
to Older recaimendations and the inconsistencies discussed. 
The clinical iiplications of the changes in dose (up tov»5%) 
from older to more recent schemes are considered. In particu- 
lar, the influence of using different jtoitom materials under 
older and recent protocols is detailed. Ihe non-recognition of 
fluence ratios in pre-1980 protocols and their general reccnm- 
endation of polystyrene or vater as interchangeable phantons 
has significant in^cations for ccaisistency then, but also 
for the present situation on changing to newer protocols, 
FinaUy, an analysis of the revised HPA Code of electron dos- 
imetry is presented. An expressicxi is derived for Ce as used 
in that Code and this is evaluated for the NE 2571 cyiind i- 
cal chamber, using the most r^^cent physical data, ICRU 37 
stopping pov^ers are used consistently throughout, HPA inc- 
rease too slowly with depth at all energies, but there is 
good agreement with the present vork at depths close to thax. 



MP32.26 

Dosimetry Of Open And Shaped Electron 
Beams From A Philips SL25 Accelerator, 
S. Rajaratnam*, G, Mitev, M,K, Islam, 
and U.F. Rosenow, Albert Einstein Col- 
lege of Medicine and Montefiore Medical 
Center, Bronx, NY 10467 

Output factors, depth dose curves and Isodose dis- 
tributions for electron beams from a Philips SL25 
will be presented, A systematic investigation was 
also carried out on the effect of using cutouts. 
Centrally and asymmetrically placed cutouts of 
differing field sizes, were used on each of the 
cones. Attempts were made to determine a func- 
tional relationship between output or dose dis- 
tribution and cutout/cone combination. The pos- 
sibility of using equivalent fields for electrons 
was also investigated. In addition, a strong de- 
pendence of Virtual source position on beam energy, 
and collimator size was observed. The implica- 
tlons of these results for treatment planning will 
also be discussed. 



MP32.27 

Depth Dose Flattening of Low Energy (sdO 
MeV) Electron Beams, H. Alasti*, D,M. 
Galbraith, Princess Margaret Kospital, 
Toronto^ Ontario, Canada 

Low energy electron beams corTmonly have large dose 
gradients on both sides of dmo^, limiting the 
depth of tumor which can safQly be contained 
within a ±5% dose specification. Clinically it is 
prefeiable to minimize the dose gradient while 
maintainipo the sharp gradient beyond <3U*i«. 
Several methods are deJ-cribed which satisfactorily 
flatten the depth dose in this manner for cono and 
trimmer collimated beams at small and large field 
sizes* 



14G 



MP32.28 

The Dis*-ance Dependence of Electron Dose from 
a Varian Clinac 2500 Linear Accelerator, P,H, 
Huang* and R, Hagg, Division of Radiation 
Oncology, Scripps Clinic & Research Foundation, 
La Jolla, CA 92037, U,S,A, 

Dose variation with distance was measured at dmax 
in a polystyrene phantom with a parallel -pi ate ion 
chamber furnished with appropriate buildup for six 
electron energies of 6-22 MeV from a Varian Clinac 
2500 linear accelerator. Relative dose normalized 
to 100 cm source (assumed to be at 100 cm from the 
isocenter) to detector distance (SDD) was deter- 
mined from IOC 130 cm SDD for five cone sizes 
ranging from 6xo to 25x25 cm2. Significant devia- 
tion from inverse-square divergence with respect 
to the assumed source position was noted for most 
of the electron energies and cone sizes. Relative 
dose versus SDD was plotted in log-log scale to 
calculate the slope of the curve. The slope varied 
frr.n 3,17 for 12 MeV electron energy and 6x6 cm2 
cone to 1,9 for 22 MeV electron energy and 20x20 
cm2 cone, resulting in a virtual source at 60,5 
and 106 cm to the isocenter, respectively. For the 
ia:ne cone, the variation of the slope was rela- 
tively insensitive to different electron energies 
exv^ept for 6 MeV, However, the slope changed dras- 
tically with cone size for each electron energy. 
These indicate that dose measurement in a phantom 
should be made for treatment distances other than 
calibration distance for electron irradiation. 
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MP32.29 

Fluence Ratios for Electron Beams for Various 
Plastics ccqjared to Water, D.I. Thwaites, 
Msdical Physics, Western General Hospital, 
Edinburgh, Scotland. 

'Ihere is a gradual move avay from plastic phantoms for electron 
beam dosimetry, due to charge storage effects and uncertainties 
in fluence ratios to water. However most protocols still reco- 
mend plastics and nany centres world-wide still enploy them. 
Previous work on fluence ratios, ccqBring clear polystyrene 
and water, has been extended in energy. Ibis ^lows a linear var- 
iation in My/t^ from '^1,025 at effective energy of 3 MeV to 
"^1.005 at 15 MsV, using a graphite-walled Farmer chamber. Thus 
differences are observed of up to 1% to the values used in the 
AAIW dosimetry protocol, but thae is reascxiable agreement with 
values extracted fron the HPA Code. Results are presaited and 
ccn^BTed to other published values. Discrepancies reflect diff- 
erences in polystyrene seniles, in the characteristics of the 
chambers used and in angular and energy spread of the electron 
beams. Seme of these factors are investigated. 
In addition fluence ratios have been neasured for other plas- 
tics, including some coimercial solid-^ter equivalent phantom 
materials. For I^IA, values are unity for effective energies 
above 10 MeV, falling to --0.99 at 3 MeV (Mw%ma)- ^ ^^-^^ 
water (older formulation) dhcMS differences to actual water of 
around half those observed for polystyrene and is thus a better 
water substitute than polystyrene for electrons, hbre important- 
ly, it shews negligible charge storage effects. Results for oth- 
er materials are presented and discussed. 



MP33.1 

Uncertainty in Point A Definition: A 
Comparison of Different Methods, 
T. Ganesh* N.R. Datta, R.C. Joshi, 
S.Narayanan, Rajendrakumar and G.K.Rath, 
IRCH, AIIMS, New Delhi, INDIA. 

Despite the fact that point A has been exten- 
sively used for dosimetry in the intracavitary 
irradiation of carcinoma uterine cervix, there 
is still considerable uncertainty in its exact 
definition. According to the Manchester sys- 
tem, in which point A nomenclature was first 
introduced, it was defined as a point situated 
2cm laterally from the uterine canal and 2cm 
up from the level of the mucous membrane of 
the lateral fornices. In clinical practice, 
however, point A is often taken 2cm up from 
the flange of the intrauteriu catheter or 
from the last active source in it and 2cm 
lateral from the central canal. Since point A 
plays a crucial role in the treatment of cer- 
vix carcinoma, a study has been carried out on 
patiants treated with Selectron to assess how 
these different practical definitions produced 
variations in point A dose rate, ICRU refere- 
nce volume and doses at other refernce points. 
Computerised dosimetry has be done for dif- 
ferent point A definitions and tne variations 
have been analyzed. 



MP33.2 

Dose-volume Study for Combined External 
and Selectron Intracavitary Irradiation, 
T. Ganesh* N.R. Datta, R.C. Joshi, 
S.Narayanan, Rajendrakumar and G.K.Rath, 
IRCH, AIXMS, New Delhi, INDIA. 



The ICRU brought out its report if 38 on 'Dose 
and Volume Specification for Reporting Intr- 
acavitary Therapy in Gynecology' in 1985. 
Since then its theoretical and practical adv- 
antages have been largely acknowledged by many 
radiotherapy centers around the world. Based 
on these ICRU guidelines, a dose-volume study 
has been performed on patients treated by 
combined external (15MV X-rays) and intracavi- 
tary radiation (Selectron) . The total refere- 
nce air kerma (TRAK) , ref erei ce volume, doses 
at reference points in organs at risk and 
those related to bony structures for a typical 
Selectron application have been calculated. 
The relationship between TRAK and reterence 
volume for different doses of external radia- 
tion has also been studied. The reference 
volume has been calculated by constructing 
voxels around the applicator instead of taking 
the product of its three dimensions. This 
dose-volume study was done using the Nucletron 
Treatment Planning System. 



MP33.3 

Choice of LDR vs HDR for Ca-cervix 
Treatment iRadiobiological considerations. 
U. Madhvanath, DRP, Bhabha Atomic Research 
Centre, Bombay-AOO 085, India. 

Shouldered survival curve of HDR (1.5-2.5 Gy/min.) 
changes to exponential at LDR of 1.5-2.3Gy/h. 
This iiiiplies change in the repair capacity of irr- 
adiated cells whether that of cervix carcinoma 
(tumour) or normal tissue (of rectum, bladder or 
colon) . Both these dose rates either at Point 'A' 
or at critical normal tissues have relevance beca- 
use of the differences in the Tc between carcinoma 
and normal tissue cells. Because of shorter Tc of 
Carcinoma cells, 15h as against 45h of colon cells, 
a differential cancer cell killing advantage is 
obtained in the case of LDR technique. Furthei , 
resistant S phase is overcome as irradiation times 
are always more than 15h and perhaps the anoxic 
cells as well. In the HDR technique as both the 
tumour and normal critical structures are in iden- 
tical high fields, no repair differential is avai- 
lable and as irradiation times are only a few minu- 
tes per session, multiple treatments (atleast 5 or 
6) are required that too at weekly intervals to 
overcome the stage resistance. Thus, radiobiolo- 
gical considerations advocate LDR with better cure 
rate whereas administrative patient load consi- 
derations led oncology centres to go for HDR 
technique. 
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MP33,4 

Use of Scout Views for Source Localization in 
Gynecological Implants E. Yorke*, George 
Washington University, Washington, D.C. 20037 & C. 
Clifton Ling, University of California, San 
Francisco, San Francisco, CA 94143 

When CT scans are used for evaluation of dose 
distributions in gynecological implants the source 
positions are determined from orthogonal films. 
It would be desirable to use AP and lateral scout 
views taken concurrently with the scans for source 
localization. The distortion which is known to 
exist in the scout views has prevented such use. 
Much of the distortion is caused by the marked 
beam divergence due to the short FAD of CT 
scanners. It can be corrected by geometrical 
transformations provided that the patient position 
relative to the scanner axis is not changed 
between scout views and the axis position is 
marked on both scouts. A phantom v;ith wires 
approximating gynecological implant sources was 
used to compare endpoint localization accuracy 
from orthogonal scout views and from simulator 
films. Simulator films are most accurate (end- 
points localized with standard deviation of 
40.7 mm). Scout views corrected by simple magni- 
fication are least accurate (+3.1 mm with some 
endpoints ir, error by more than 5 mm). Correction 
for beam divergence improves localization to 
+1.3 mm with all endpoints localized to better 
than 4 mm. 



KP33.5 

CT Coapatible Version of the Fletcher 
System for Intracavitary Treatment, K. 
J . Weeks* and S. L. Schoeppels ] 
University of Michigan MedicaX Center, 
Ann Arbor, MI 48109. 

The use of CT scans to delineate the anatomic 
relationships of intracavitary rervix 
applicators, tumor, rectum and bladder has been 
limited by streak artifrcts produced by the metal 
applicator and/or tungsten shields. To eliminate 
this artifact, a new variation of the Fletcher 
system for treatment of cervix cancer has been 
developed. The applicator has been constructed 
of acrylic. The tandem and colpolstats have been 
designed along the lines of the Pletcher-Sui t- 
^elcos applicator used previously in our 
department. The principal design modification 
has been to afterload both sources and tungsten 
shields. The choice of shield positon is 
tlexible and is chosen to conform to Fletcher's 
original applicator. This lightweight system 
enables the radioactive source positions to be 
clearly defined in relationship to the tumor as 
well as critical structure volumes, such as 
rectum and bladder, through the use of a routine 
CT scan after placement. This work presents the 
rationale, design and procedural aspects of the 
new system as well as examples of simulator and 
CT imaging of the system after placement. Volume 
dose calculations, shielding design, and future 
development work will be discussed. 



MP33.6 

Dosimetric Evaluation of a New Gynecol^ 
ogical Brachytherapy Device^ E.D. 
Slessinger*, p,W. Grigsby and C.A. 
Perez, Washington University School of 
hfedicine, St. Louis, M), uSA. 



A new device for gynecological brachytherapy 
application has recently been developed, it is 
called MIRALVA, an acronym for the Mallinckrodt 
institute of Radiology Afterloadable Vaginal Ap- 
plicator. The developnent of MIRALVA was prortpted 
by the need to treat the wide range of vaginal 
and cervical cancer target volumes with an opti- 
mal dose distribution, in a single application, 
utilizing either nanual or remote afterloading 
technique. The plexiglass device is coitprised of 
a cylindrical portion that enlarges at the 
vaginal apex. It contains three channels for the 
placement of Cesium-137 tubes or spheres. The 
central channel allows for a tandem that extends 
either to the vaginal apex or higher as an 
intrauterine device. The remaining two channels 
allow source placement laterally in tl-^e right and 
left aspects of the vaqinal a;^. The outer 
dimensions can be varjca to provide an optimal 
fit v^iile the surface contours are designed to 
provide a relatively uniform dose distribution to 
the vaginal mucosa. Thermoluminescent and film 
dosimetry studies in a special solid polystyrene 
phantom provided the necessary data to evaluate 
the resultant dose distributions. 

148 



KP33.7 

Recovery of Arbitrary 3-D Radiograph Geometry in 
Brachytherapy from a Minimal Set of Reference 
Markers, Bruce A. Lulu, Radiation Oncology, 
University of Arizona, Tucson, A7 85724, USA. 

in radiation therapy, verification of 
brachytherapy plans ideally involves the 
calculation of true source positions relative to 
some fiducial landmarks. This method permits the 
use of arbitrary unknown film geometry, as might 
occur in surgery with a portable X-ray unit, as 
well as display of source positions (and 
therefore isodose lines) relative to patient 
anatomy seen on CT. This technique is also used 
to locate artereovenous malformations relative 
to a stereotaxic frame. 

With two radiographs, one can reconstruct 
source positions in 3-D by finding the 
intersection of the two lines passing through 
the same arbitrary source. We consider the 
situation where the fiducial markers are 
coplanar but not col linear, and that the 3-D 
coordinates of these markers are known in some 
arbitrary coordinate system. Absolutely no other 
knowledge of the geometry is given. We then 
derive the coordinates of a line passing through 
the target and the brachytherapy source, as well 
as the target coordinates relative to the 
previously mentioned arbitrary coordinate 
system. We show that for coplanar, non-col linear 
points, four points are necessary and sufficient 
for this reconstruction. 



World Congress on Medical Physics and Biomedical Engineering • San Antonio. Texas 



Medical Physics Scientific Papers 



MP33.8 

Use of a Pass-through Ionization 
Chanber for Brachy therapy Quality 
Assurance* H*A* Earle*, K.H. Hutchins 
and R.K. Ten Haken, University of 
Michigan, Ann Arbor, HI 48109. 

An integral part of hrachytherapy quality 
assurance programs should be confirmation of 
source strengths stated by manufacturers prior to 
use in patients, as pointed out in recent reports 
by AAPM Task Groups 24 and 32. Even if pending 
national regulations make these checks manditory. 
they will only be consistent vith existing ALVHA 
programs if they can be accomplished quickly, 
easily and vith minimum exposure to staff. To 
that end, ve have developed an in-house assa;' 
program based around a pass- through, re-entrant 
veil air ionization chamber enclosed in a lead 
brick cave* Different inserts have been designed 
and fabricated for use vith individual 125-1 
seedsy strings of 192-Ir seeds, 137-CS tubes and 
32-P suspensions. For example, a thin glass tube 
suspended by lov mass supports along the central 
axis of the chamber is used for assaying strings 
of 192-Ir seeds. Vith this arrangement, strings 
are threaded from their lead shipping container, 
through the calibrator, and into another lead 
contains for transfer to the patient. Using the 
respons function for a single seed vs. position, 
appropriate conversion factors have been derived 
for any arbitrary number of seeds per string. 



MP33.9 

Dosimetry of Large Interstitial Templates 
J. M. Paul*, R. F. Koch, P.C. Philip and 
F* R. Khan, NWCH, Arlington Heights, II, 
60005 

Although the Paris system has been used in inter- 
stitial hrachytherapy using single or two plane 
implants, no attempts have been made so far to use 
this system for large multiplanar implants, as 
encountered in the Syed-Neblett type of inter- 
stitial gynecological templates. We have 
investigated this possibility in order to quantify 
the dose delivered with such templates, involving 
many hundreds of seeds with as many as 44 needles, 
instead of arbitrarily quantifying the dose 
delivered on the basis of isodose curves generated 
with treatment planning computers. Based on our 
analysis, using three-plane Paris implants, we 
find that the overall quality of these implants 
could be improved in most cases while using only 
one-half or less as many needles; which 
considerably simplifies implant procedures 
and subsequent localization and dosimetry. 
These results are presented in this paper using 
integral volume vs. dose rate curves, and 
tabulated values such as: integral dose, 
variation of the basal dose rate, volume 
irradiated to dose rate greater than twice the 
stated rate and an objective parameter called 
uniformity index. 



MP33.10 

Multiplanar-CT Interactive Treatment 
Planning and Stereotactic 1-125 
Brachytherapy Zainorano L,* Dujovny M, 
Yakar 0, Malik G, Sheehan H. -'HlS'fjiii^^^^ ^°^P- 
Computer dose cc\lculations for interst'itial im- 
plants of radioactive seeds within intracranial 
tumors requires a knowledge of the spatial coor- 
dinates of each see. A method is presented by 
which Multiplanar-CT under stereotactic conditions 
is used for computer dose calculations. Multi- 
planar-CT is used to determine size, shape and 
main axis of tumors; this information is integrat- 
ed with a computerized planning system. The aim is 
to achieve a distribution of a selected isodose 
curve adjusted to the defined tumoral borders. 
After preplanning selection, CT scan with the fix- 
ed stereotactic frame is performed. Multiplanar 
CT images and scoutviews (AP and lateral) are used 
to plot the trajectory of selected planes of treat- 
ment and coordinates are calculated. Catheters are 
placed stereotactically loaded with codified 
dummy seeds. Postoperative CT v/ith stereotactic 
frame is performed; Multiplanar and scoutviews 
images are used to determine the location of durmny 
seeds and the relationship of catheters to tumor 
borders. Measurements are compared with preplanned 
and minor discrepancies can be corrected by alter- 
ing distance, number, activity of seeds or dose/ 
rate. Simulation with conventional orthogonal film 
technique and final isodose distribution curves in 
all 3 planes are generated and superimposed. 



MP33.il 

J-i25 Dose Distributions In Various 
Tissues, D. Huang*, M. Schell, K. Weaver, 
G . Ling . Department of Radiation 

Oncology, University of California, San 
Francisco, CA 94143. 

The low energy photons of 1-125 interact 
with tissues primarily via the 
photoelectric effect which is strongly Z 
dependent. Thus, the dose distributions 
of 1-125 sources in media of different 
effective Z may not be the same. We used 
LiF and CaF2 thermoliiminescent rods to 
measure dose distribution in tissue 
equivalent materials corresponding to 
muscle, adipose, and bone. The measured 
data wore parameterized as polynomials 
and compared to Monte Carlo calculations 
and to the findings of Dale*** . The 
calculated and measured results, for 
distances between 0.5 and 7 cm., were in 
good agreement. These data provide basic 
data for dose distribution calculations 
when 1-125 seeds are implanted in or near 
inhomogeneous tissues , e.g. breast or 
bone . 

* Medical Physics 10(2) 1983, p. 176-183, 
and 13(6) 1986, p. 963-964. 
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MP33.12 

TLD Dosimetry for 1-125 Eye Plaque 

S»T. Chiu-Taao*^ L«Z.» Anderson # I* Stabile 

Menorial Hospital, Mow York, HY 10021 

&>ctQnsivQ maasurements using LiF TLDs were made 
for COHS+ 20 nra eye plaque both containing a 
single 6711 seed at the center and containing a 
complete loading of twenty-one seeds* TLD cubes 
of 1 DDI on 2Ln edge were used in a solid water eye 
phantom* Measurements were performed at 2 on or 
closer Intervals up to 14 mm from the "sclera** 
throughout a central plane within the eye* The 
single-seed measurements were made with and 
without the gold backing* The results for single 
seed configuration were compared with the dose 
distribution in a homogeneous solid water phantom. 
We found that the presence of silastic (Zeff>"11*2) 
between the seed and the moasurement points 
introduced dose reduction in the eye by about 10% 
(central axis) to 15% (off-axis)* Adding the gold 
backing over the silastic did not appear to modify 
the dose significantly* These data with silastic 
and gold agree well with our Monte Carlo results. 
The TLD results for the multi-seed configuration 
were found to agree with calculations which treats 
the seeds as isotropic point sources with dose as 
a function of distance derived from the transverse- 
axis data in homogeneous phantom and incorporating 
a correction factor for filtration by silastic. 
'^Collaborative Ocular Melanoma Study 
Work supported in part by NCI contract N01CM57776 



MP33.14 

Substitution of Pd-I03 for I-12b in 
th f/ Treatment of Choroidal Melanonis , 
E.C. Scarbrough*, N*C. Ikoro, P.P. 
AnUlch, U.T. Southwestern Medical 
Cenccr at Dallas, Dept. of Radiology, 
5323 Harry Hlnes Blvd., Dallas, TX 
75235-9071 

Pd-103 has recently become commercially 
available for use In bracytherapy as a 
potential substitute for 1-125. A computer 
program hss been written to compare the 
treatment of choroidal melanomas with 
eyeplaques containing each of the two 
Isotopes. The program takes Into account the 
Increased tissue absorption of Pd-103 gammas, 
anlsotroples of the radiation field, reduced 
coherent scatter due to the presence of the 
gold eyeplaque, and the cut-off of 'he 
treatment volume due to the gold plaqi « 
Results of this study Indicate that the 
anlsotroples and Increased tissue absorption 
do not place serious limitations on the use of 
Pd**103 for this purpose* In addition, the 
Increased tissue absorption reduces the 
radiological hazard to personnel In the 
vicinity of a patient with such an Implant. 



MP33.13 

Dosimetry Considerations for 1-125 Seeds 
Implanted on a Curved Surface, s.C. Prasad*, 
D*A. Bassano, P.I. Fear, G.A. King and 
J. A. Wlnfleld, SUNY, Health Science Center, 
Syracuse, N.Y., U.S.A. 

1-125 seeds are commonly used as permanent Inter- 
stitial Implants for various malignant tumors. 
For volume and planar Implants, currently available 
tables can be used to determine the number of 
seeds needed, the activity cf the seeds and the 
seed separation, in our Institution, a new Im- 
plant technique is being used to treat highly 
malignant brain tumors using 1-125 seeds. Tumors 
of the brain, with a histology of high grade astro- 
cytoma or glioma, are first surgically removed. 
X-I25 seeds are next implanted, as a permanent 
Implant, along the wall of the cavity formed by 
the removal of the tumor. No simple nomogran. 
exists to preplan em Implant In which the seeds are 
distributed on the surface of a hollow cavity* We 
have developed a computational model to determine 
the number of seeds needed and the activity of 
seeds once the size of the cavity and the dose are 
specified. The model is based on spherical 
geometry and has been implemented on an LSI-11/23 
computer. The details of our technique and results 
i^ill be presented* 



MP33*15 

Angular Dependence of the Dose Rate for 
High Activity Ir-192 Sources Used in 
Remote Af terloaders, G. A. Ezzell* 
Gershenson Radiation Oncology Center, 
Harper-Grace Hospitals/Wayne State 
University, Detroit, MI A8201 



High activity (typically 370 MBq) Ir-192 sources 
are frequently used in high dose rate remote 
afterloading applications. These sources are 
usually calibrattid by measuring the exposure or 
air kerma at a reference distance on the perpen- 
dicular bisector of the source axis. Patient 
dose calculations usually assume an isotropic 
point source model. The dose rate anisotropy 
was measured in water for distances represen- 
tative of patient treatments. Dr es at 1 cm 
from an endobronchial treatment catheter were 
also measured using TLD and a 0.03 cc ion 
chamber. The results shov that the simple point 
source model underestimates the dose by 2-6X 
depending on the active length of the source 
train, and that this underdosage can be 
explained by applying the anisotropy uata. 
Appropriate parameters of a line source model 
are presented. 
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MP33.16 

INTRABRONCHIAL IRRADIATION WITH MODERATE 
DOSE RATE USING A SIMPLE ECONOMICAL AFTER 
LOADING DEVICE TO HANDLE THE HIGH ACTIVITY 
Ir-192 SEEDS, WILLIAM KAN*, STEVEN H. 
STOKES, RADIATION ONCOLOGY DEPARTMENT, 
SOUTHEAST ALABAMA MEDICAL CENTER, DOTHAN, 
ALABAMA 36302-698"' 



An Inexpensive manual after-loading device 
used for intrabronchial irrad^.ation with 
high activity Ir-192 seeds waj» constructed • 
Twenty patients have been treated with one 
to four sessions receiving 600-700 cGy at 
1 centimeter radius per treatment • Ninety 
percent of patients experienced relief of 
symptoms associated with an obstructing 
intrabronchial carcinoma. Review of the 
film and ring badge reports on both the 
Radiation Therapist and the Radiation 
Physicist performing these procedures did 
not show an excessive radiation exposure. 
Our after loading device and method of 
treatment has been proven to be simple, 
economical and safe for the treatment of 
Intrabronchial carcinoma. Construction of 
our device and method of treatment will 
be discussed. 



MP33-17 

Dose Correction Factors for Ir-192 in the 
Presence of Inhomogeneities, S.N. Rustgi*, 
G. Popescu and J. Rodgers, Department of 
Radiation Medicine, Georgetown University 
Hospital, Washington, D.C. 20007 

The influence of inhomogeneities on dose in 
water around a 10 Ci Ir-192 source has been 
assessed. The inhomogeneities studied include 
aluminum, cork, and styrofoam which simulate 
bone, lung, and a low density medium, respec- 
tively. The measurements were made possible by 
the high activity of the Ir-192 source and were 
performed with a O.lcc PTV7 ionization chamber 
which has good spatial resolution. Since dose 
in the vicinity of small sources has steep 
gradients, positional accuracy is extcemely 
important. The measurements were made in a 
Therados RFA3 phantom which has a positional 
accuracy of .5 mm and a positional reproduci- 
bility of .2 mm. Dose correction factors, 
which are ratios of ionization in the presence 
of inhomogeneity to ionization at the same point 
in a homogeneous water phantom, were measured 
for distances up to 20 cm from the inhomogeneity. 
A 0.7 cm aluminum slab reduces the dose beyond 
inhomogeneity by 5% at distances from 3 to 20 cm. 
For a 2.5 cm thick cork inhomogeneity the correc- 
tion factor increases from 1.04 at 1 cm to 1.12 
at 20 cm. The dose correction factor for a 6 cm 
slab of styrofoam increases from 1.12 at 1 cm to 
1.39 at 19 cm. 



MP33.18 

Evaluation of activity of Cs-137 seed 
sources used in a remote after loading 
system (Selectron LDR) 
V.K. Sharma*, V. Poopathi, L» Aggarwal 
MDOCT&RP, LUDHIANA { INDIA ) 

In intracavitary treatments the radiation 
dose delivered to tumour & its surrounding 
normal tissues is proportional to the 
activity and specific gamma ray constant 
of the sources used. Hence it is 
important to ensure that there exists a 
good uniformity in the activity of the 
sources when used in large number. The 
mean apparent activity of all the sources 
should be determined before actual use. 

A perspex calibration phantom was 
fabricated at our place to hold the 
ionisation chamber and the plastic 
catheters with sources and dummy pellets 
parallel to long axis of the chamber in a 
cylinderical geometery at 120*. The 
measurements were taken in water and the 
values were used to derive mean apparent 
activity and correction factors for 
atte.iuation in water and steel. This 
procedure was carried out as a part of 
the quality assurance programme in LDR 
Brachytherapy Dosimetery. 



MP33.19 

Cs-137 Dosimetry Table for Asymmetric 
Source, R. Waggener^,J. Lange, J. Feld- 
meir, P. Eagan and S. Martin, The Univ. 
of Texas Hlth Sci. Cent., San Ant., USA 

A common Cs-137 brachytherapy source has 
a 2 cm length with 1.38 cm active length, 
AL. The AL is not symmetric with respect 
to the source center because of an eyelet 
in one end of the source. Current dose 
tables assume symmetric source loading. 
A computer program was written to calcu- 
late a asymmetric distribution using the 
manufacturers source specifications. Cor- 
rections were made for attenuation and 
obliquity through the source material, 
walls and ends. Table values have been 
confirmed by ferrous sulfate measurements 
using small volumes. Table values agree 
with published values at points greater 
than a few cm from the source center. 
A knowledge of the asymmetric dose dis- 
tribution should be useful for some ther- 
py situations* 
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MP33.20 

Dosimetric Evaluation of Endobronchial 
Iridlum-igZ Implants Using Computerized 
Tomography > S, ShahablJ Ph»D», M. P^i 
Mehta, M.D. B» R. Thomadsen, M»S», T.R. 
Mackle, Ph.D., University of Wisconsin 
Medical School, Madison, WI 53792 

Conventional dosimetric evaluation of endobronchial 
implants has relied upon orthogonal radiographs. 

We present herein the application of computerized 
tomography in ^.eterminlng the dose distribution 
around endobronchial Implants and its advantages 
over conventional dosimetry. The availability of 
serial transverse slices enables possible three- 
dimensional dosimetry. Better delineation of cri- 
tical structures, especially the cord and esopha- 
gus allows better evaluation of the doses delivered 
to these structures • Better definition of the pre- 
cise location of the endobronchial Implant and, 
therefore, a more accurate assessment of the vol- 
ume of lung and surrounding mediastinum irradiated 
is also possible. The CT cuts also enable genera- 
tion of dose-volume histograms and 3-dlmensional 
dose-volume complication probability curves. 

In conclusion, we feel that computerized tomogra- 
phy may enable us to supersede conventional radio- 
graphic techniques for dosimetric evaluation, and 
allow a more precise definition of doses delivered 
to a volume of Interest as well as to critical 
structures. 



Routine Calibration of Brachytherapy Sources 
with a Well-Type Dose Calibrator using Stand- 
ard Calibrated Sources* Azam Niroomand-Rad*, 
Michael T» Gillin. Department of Radiation 
Oncology, Medical College of Wisconsin. 8700 
W. Wisconsin Ave. Milwaukee, WI 53226, U.S.A. 

Brachytherapy, which refers to short- distanc treat- 
ment, requires an accurate knowledge of the dose dis- 
tribution in the implanted volume. A critical step 
in the determination of the dose distribution invol- 
ves an accurate calibration of brachytherapy source 
strength. Following the guidelines recommanded by 
AAPM Task Group No. 22(1), a routine calibration pro- 
cedure for brachytherapy sources Cs-137,Ir-192, and 
1-125 has been developed. Using a single potentio- 
meter setting, the calibration method for these sou- 
rces xs described. Some of the problems associated 
with the calibration of sources are discussed. The 
calibration of sources are performed with a well-type 
dose calibrator using standard calibrated sources 
obtained from The United States(NBS), British(NPL) , 
and FrenchaMRI)national laboratories. Selected cha- 
racteristics of dose calibrator are reported. By co- 
nsidering the NBS calibrated source as a referance 
source, the calibration correction factors for Ir-192 
and 1-125 are described. The result of intercompari- 
son of the calibrated sources by national laborator- 
ies indicates some discrepencies between the calibr- 
ated sources. These discrepencies which are within 
the stated uncertainties are sometimes larger than 
expected. (1) AAPM Report No. 13 (1984). 



MP33.22 

Interstitial Brachytherapy Pre-planning 
According To Paterson-Parker Rules 
Facilitated by Microconputer^ R.E. 
Drzymala, Washington University School 
of Jfedicine, St. Louis, MD, USA. 

A program, written in FORITWI for use on a IBM 
rarpatible microconputer, prcnpts the user for 
the ir^ut parameters necessary to pre-plan 
interstitial inpiants according to Paterson- 
Parker Rules. Allowing differential loading of 
sources to achieve a homogeneous dose 
distribution within the treatment voluire, the 
code accommodates point sources (seeds) as w=^ll 
as linear sources. The logical flow of the 
program encourages the user to think about and 
enter the margin around the gross disease to 
arrive at a ti:cTor volme, to decicie on the sh^ 
of the volume to be iirplanted, to specify tiie 
spacing between sources and to estimate the 
dimensions of the litplant for appropriate 
coverage. Violations of the Paterson-Parker Rules 
are diecked in the flow of the program, thereby 
providing a learning tool for new residents or 
junior physicists. Ihe violation warnings are 
noted but can be overridden to permit minor 
deviations fran the rules to accormodate unusual 
circumstances. Additic^ly, one can allow the 
program to choose the spacing and loading of 
sources for a quick treatirent pre-plan. 



MP33,23 



SET OF PROGRAMMES FOR RADIOTHERAPY 
TREATMENT PLANNING. 
PART II - BRACHYTHERAPY TREATMENT. 
M.C. Lizuaxn* C. Pmo and C. Cinos. 
Hospital de BeUvitge. Barcelona 
(Spam ). 



Braquitherapy progrannes calculate the 
distribution of dose produced by inpiants of 
linear radioactive sources of any forn. The 
capsule filtration effect and the ganna ray 
attenuation in tissue are taken into account. 
Two orthogonal radiographs are used to 
localize the sources. In the case of the 
curved sources, the two proyections of the 
source are fitted to cubic splme functions 
from which, the spatial coordinate of a set 
of source points are obtained, in this way 
the curved source is considered as a set of 
snail right sources. 

The dose distribution is represented by neans 
of isodose curves on any plane. 
The computer is a PC <Vectra H.P. ) with 640 
K-bytes RAM Menory, 80286 Intel 
microprocessor and 80287 co-processor . 40 
M-bytes hard disc driver. A digitizer as 
input device and one plotter and one printer 
as ouput . 
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MP33,24 

Detailed Calculation of Radiation 
Energy Spectrum and Spatial Dose 
Distribution in Water for •^''Cs 
and ^*^^Ir Point Sources, Y.Takaku*, 
K#Takeuchi**f *Fukushiina medical 
College, **Ship Research Institute, 
Japan* 

Radiation transport calculation is made 
with a PALLAS discrete ordinates code, 
designated to solve a numerical solution 
of the Boltzmann transport equation. The 
calculation of primary^ -ray transport is 
carried out for point sources of '37Cs and 
'''^Ir placed at the center of a 10cm rad- 
ius water sphere, resulting inTT-ray angu- 
lar fluxes at each radial mesh at each 
energy mesh.TheT -ray angular fluxes gen- 
erate secondary electrons arising from 
interactions of photoelectric effect, 
Comi^ton scattering and pair production. 
Furthermore, these electrons generate 
Bremsstrahlung radiations. All the proc- 
esses are traced with the PALLAS code to 
obtain TT-ray energy spectra, dose rate 
distributions, secondary electron energy 
spectra, X-ray energy spectra and X-ray 
dose rate distributions within the water 
phantom. 



MP34.1 

Comparison of Variable and Fixed Modidadon 
Proton Beam Dose Distributions in the Cranium, 
M. Urie*, Massachusetts General Hospital, 
Boston, MA 02155, USA. 

The dose to nonnal tissues in the entrance region of a proton 
beam can be reduce if the Bragg peak is spread out 
(modulated) to a different width at each point in the field to 
precisely encompass a complex target shape, rather than being 
modulated to a uniform width determined by the greatest 
breadth of the target Dose distributions calculate with fixed 
and with variable modulation proton beams were compared on 
patients with chordomas in the base of skuU. 3D treatment 
planning allowed quantification of the dose differences 
throughout the head; dose-volume histograms of critical 
norm^ tissues were calculated and compared. With tai^get 
doses of 66-72 Gy, variable modulation was found to reduce 
the (tose to some brain tissue by 15-20 Gy. Correlation of the 
magnitude of the dose reductions with size, shape and location 
of the tumor will be presented These data may aid in judging 
whether or not the dose differences are of great enough signifi- 
cance clinically to justify the greater complexity of variably 
modulated proton beams. 



MP34.2 

Determination of differential w-values for 
proton, deuteron, 3-He and 60-Co gainma-ray 
beams in several gases, Hiraoka*, 
Kawashijna and Hoshino, 9-1, Anagawa- 
4-chome, Chiba-shi, 260 Japan 

The differential values, w, the mean energy 
necessary to produce an ion pair have been 
determined for several gases in atmospheric 
pressure* The gases investigated were air, argon, 
nitrogen, carbon dioxide, methane, and methane 
based tissue-equivalent. The tank gases were 
used of pure grade. Six different ionization 
chambers in six different sizes were used in 
this study • The measurements were carried out 
in the irradiation of 70 MeV proton, 43 MeV 
deuteron, 99 hteY 3-He ion and 60-Co gamma- 
ray beams* In each chamber, collected charge 
was measured for several applied voltages 
and averaged for both polarities • By dividing 
the energy loss (stopping power) by the number 
of ion pairs* produced(ionization measured), 
relative values of w were presented for the 
gases and the radiation qualities under 
investigation* The use of these w-values for 
the evaluation of absorbed dose with ionization 
chambers for proton beams gave good agreement 
with a TE calorimeter. Therefore, it is esti- 
mated that these w-values are accurate to 
within about 2 



MP34.3 

Proton Radiation Therapy. Where will it 
be in the year 2000? J.M. Sisterson*, 
K.N. Johnson, A.M. Koehler, Harvard 
Cyclotron Laboratory (HCL), J.E. 
Munzenrider, Massachusetts General 
Hospital (MGH) and M.S.Z. Rabin, 
University of Massachusetts, Annherst. 

By the end of 1987 nnore than 8000 patients in 
the world had been treated with proton beanns 
using facilities originally designed for nuclear 
physics. The successes that have been achieved 
will be illustrated by using the Ha/MGH 
expf.^'ience where 4139 patients had been 
treated The long term results fronn HCL/MGH 
ohow that proton radiation therapy is indeed a 
viable naodality The superior dose distributions 
possible with proton therapy nnahe this the 
treatment of choice for selected sites. 
By the year 2000, there may be as many as 20 
proton therapy centers In the world, ranging 
from large facilities routinely using protons to 
treat all sites, to small units dedicated to the 
treatment of a single site. Treatment philosophy 
as well as cost and real estate constraints 
dictate the final design of any facility, the mix 
of facilities is determined by patient populations. 
Plans, cost estimates (ranging from $1-50 million) 
and possible marketing mix will be presented. 
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MP34.4 

Past Neutron Dosimetry Using 
Digital Autoradiography, J, Kleck*, J. 
Smathers, L. Myers and Stewart, 
University of California, Los Angeles 



Many conventional techniques using film have 
been developed for beam characterization and 
dosimetry in photon and electron therapy • 
Film IS of less value in either quantitative 
or qualitative dosimetry in fast neutron 
therapy beams. This is primarily due to the 
relatively high film sensitivity to small 
amounts of photon and electron contamination 
in the neutron beam. 

A technique has been developed at the UCLA 
Neutron Therapy Facility whereby thin {3 18 
mm)^ sheets of acrylic plastic may be 
- P^^^^^O"^^ in a water phantom and activated 
in the p{46)Be neutron beam. The resulting 
activation distributions in the acrylic 
characterize the high energy component of 
the neutron kerma. The principal reactions 
contributing to the activation are 
C-12{n,2n)C-ll and 0-16 {n, 2n) 0-15, both with 
activation thresholds close to 20 MeV. The 
activated acrylic piate is used to expose a 
Europium doped Barium Fluorohalide plate, 
which is subsequently digitized by a 
Computed Radiography system using a 15 mWatt 
HeNe laser. The spatial resolution of the 
resulting image is 2.5 Ip/mm with 8 bits of 
contrast resolution. This research is 
supported by NCI contract CM 97315. 



MP34.5 

KCCH-Cyclotron and Demonstration of Neutron 
Dosimetry, Hyun-Woo Chung*, Kyoung-Hwan . ^n, 
Chul-Koo Cho, and Seong-Yul Yoo, Korea Advanced 
Energy Res Institute, Seoul, Korea 

The purpose of this Piresentation is to 
outline the measurement made at Korea 
Cancer Center Hospital, KAERI, and t pre- 
sent the result obstained. 

These measurements were. Designed to 
demonstrate the compliance of the isocent- 
ric fast neutron facility* 

a) Neutron production and delivery 

b) Pysical parameters of the neutron 
beam. 

c) Neutron Beam Calibration including n 
ratio and detector design 

d) Treatment planning 

e) Health physics considerations, etc. 

VJill be coverd the above topics. 



MP34.6 

Kvaluation of the Gasma Cos^wneat in a 
Heutron Hierapy Beaa. M. Yudelev and 
D.T.L. Jones*, National Accslerator Centre, 
7131 Faure, South Africa 

Neutron beams are always accompanied by gamma 
rays and for therapeutic applications the gamma 
dose component has to be determined because of 
its different biological effect. lu this work a 
tissue equivalent (TE) ionization chamber, which 
is equally sensitive to neutrons and gamma rays 
and a Geiger-MCfller (GM) counter, which is 
relatively insensitive to neutrons, have been 
used in a p(66 MeV) /Be neutron therapy beam to 
determine the gamma dose. Using the "lead 
attenuation method" the neutron sensitivity 
(I^u) of the GM counter is estimated to be 0.06 
from preliminary data. From measurements made in 
a water phantom for various field sizes with 
both the TE chamber and the GM counter the gamaa 
dose component can be evaluated. The gamma dose 
was found to be 3.8% of the total dose at dose 
maximum for a 10 x 10 cm^ field. At a depth of 
10 cm in water gamma rays constitute 5.33: of the 
total dose for a 5 X 5 cm^ field increasing to 
lOjlZ for a 30 - 30 cm'^ field. For a 10 x 10 
cm field at a depth of 10 cm in water the gamma 
component at 10 cm from the central axis it is 
30Z. Measurements of the effects of different 
beam filters will also be presented. 



MP34.7 

Doslaatrlc Intercoii^rlsons of p(>60 MeV)/Be 
Heutron Therapy Beass. D.T.L. Jones*, 
National Accelerator Centre, 7131 Faure, 
South Africa, s. Vynckier, University 
Catholique de Louvain, Belgium and S.W. 
Blake, Clatterbridge Hospital, U.K. 

In order to compare clinical and other data from 
neutron therapy centres it is essential for 
dosimetry Intercomparisons to be undertaken. 
The centres involved in the present study were 
the National Accelerator Centre (NAC), South 
Africa [p(66 MeV)/Be], The Unlverslte Catholique 
de Louvain (UCL), Belgium [p(65 MeV)/Be] and the 
MRC Cyclotron Unit, Clatterbridge Hospital 
(MRC), U.K. [p(62 MeV)/Be]. In the first phase 
of the study measurements were made with a NAC 
TE ionization chamber at UCL and MRC and 
compared with measurements made using local 
equipment. The ^°Co calibrations of the 
ionization chamber at \JCL and MRC agreed within 
0.1% of that at NAC. In the ua neutron beam the 
response of the NAC chamber differed by a 
maximum of 0.2Z for all conditions from the mean 
of the responses of all the chambers used. 
Measurements made with the NAC ionl?:ation 
chamber in the MRC neutron beam were between 
0.6% and 1.0% higher than those made with the 
MRC chamber. The results are highly satisfactory 
as agreement of ±2% is more typical for such 
studies. Phase two measurements (at NAC) will 
i 5^^° described. 
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MP34.8 

The Effects of Various Filters oa a 
|i(66 H&V}/Be Neutron Therapy Beast* 
I)*T*L* Jones* and M* YudeLe\^, National 
Accelerator Centre, 7131 Faure, South Africa 

Several different types of beam filters may be 
required for the clinical use of a neutron 
source* These Include shaped metal filters 
which flatten or rotaice the beam profiles, 
hydrogenous filters which harden the beam and 
reduce the RBE differential between surface and 
depth and metal filters which absorb charged 
particles* The effects of such filters on dose 
rate and dose distribution have been 
Investigated on the National Accelerator 
Centre's p(66 MeV)/Be (40 MeV) Isocentrlc 
neutron therapy beam. Iron filters flatten the 
beam to within ±3Z at 10 cm depth In water for 
ail field sizes while the maximum off-axis dose 
enhancement at the surface Is +7%* Tungsten 
wedge filters rotate the beam profile at 10 cm 
depth by 30*, 45* and 60** Foi a 10 x 10 cm^ 
field che addition of 1,3 and 5 cm thick 
polyethylene filters reduces the dose rate to 
93%, 80% and 70% and Increases the 50% depth 
dose frou 16*2 cm to 16*5, 16.9 and 17*2 cm 
respectively* A few millimetres of lead or 
steel has only a marginal effect on the bulld-up 
characteristics of an uncompensated beam- 
Adequate restoration of skin sparing Is achieve.* 
If bolus material Is lined with 2 mm of lead* 



MP34*9 

Fast Neutron Sources for Therapy-Current 
Problems and Need for Basic Data, 
M.A.Chaudhri* , Austin Hospital ^nd 
University of Melbourne, Melbour.te, 
Australia . 

In this paper a brief review of the 
historical development of the production 
of therapy neutron beams is presented, 
with special reference to the author 's 
contribution, using the available nuclear 
data. Different nuclear reactions and 
target systems ha^'c been critically 
examined regarding their suitability for 
cyclotrons of different sizes. A few 
current problems in this field, 
especially relating to the non- 
availability of appropriate nuclear data, 
where the nuclear and radiation physics 
communities can greatly contribute, are 
highlighted. Specific recommendations 
are made as to what sort of nuclear data 
need to be acquired/compiled that would 
be most useful in the neutron therapy 
programme . 



M''34*10 

Calculated microdosimetry of primary and 
scatter neutron fluence components in a 
muscle equivalent phantciti for En<20MeV. , 
R*E. Wallace* and P. Bloch, Univ of Penna, 
Dept of Radiation Oncology, Phila., Pa. 

The calculation of effective neutron 
dose requires knowledge of (1) the KERMA, 
(2) the microdosimetry of charged parti- 
cles delivering the dose, and (3) the bio- 
logical response as a function of charged 
particle lineal energy (ie; LET)* The 
microdosimetry of charged particles assoc-- 
iated with primary and scatter neutrons 
were calculated as a function of depth in 
a muscle equivalent phantom. The micro- 
dosimetric spectrum for primary neutrons 
(P) is spatially invariant* The micro- 
dosimetric spectrum for scattered neutrons 
(S) was found to be nearly independent of 
depth. The dose average lineal energy, 
<y>d, for primary and scatter components 
are different, and for the total (P+S) 
neutron dose, <y>d varies significantly 
with depth. This behaviour will be 
discussed with regard to the variation ol 
<y>d with neutron energy. A strategy will 
be presented to compute a dose response 
factor using constant values for primary 
and scattered neutron components. 



MP34*11 

Calculating Radiation Dose in Heterogeneous Media With 
Different Atomic Nurribers, T.R. Mackie, B. Thomadsen* S. 
Shahabi, B. Paliwal, Department of Medical Physics and 
Human Dncology, University of Wisconsin, Madison, Wisconsin 
53705 

The use of the convolution/superposition mathod for photon 
beam cavity calculations was explored. The dose per unit 
fluence near slab and three-dimensional phantoms, that 
contair i heterogeneities with differences in atomic 
nunber, uere computed using convolution kernels generated 
in a water phantom. The energy released at the interaction 
sites was scaled with respect to the ratio of the mass 
energy absorption coefficient of the medium to that of 
water. The dose deposited at the dose deposition sites was 
scaled to the ratio of mass collision stopping powers 
(Bragg-Gray) between the medium and water. The results were 
compared to M^^nte Carlo calculations and measurements. 
Very good agreement was obtained for air and aluminum slabs 
located in the build-up region in a water phantom at photon 
energies of 1.25, 10 and 20 KeV between the convolution/ 
superposition method and Monte Carlo benchmarks of Bielajew 
and Rogers (2). Reasonable agreement was obtained with the 
measurements of Ogunleye et al. (3) obtained in LiF TL 
dosimeters in aluminum, copper and lead phantoms irradiated 
by Co-60 photons. 

1) Bielajew, A.F. and Rogers, D.W.O., Presented at the 
Workshop on the Convolution Method for Calculating 
Radiation Dose, Regina, Canada (1986). 

2) Ogunleye, O.T., Attix, F.H., and Paliwal, B.R., Phys. 
Med. Biol. 25, 203-213. 
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MP34.12 

Separation of Prigary and Scatter Doses in 
a Co-eo Pnoton Beam / p. Nizin*^ K. Kase and 
B. Bjamgard, Joint Center for Radiation 
aherapy, Harvard Medical School , Boston, MA 
02115/ USA, and university of Massachusetts 
Medical Center, Department of Radiation 
Oncology, Worcester, MA 10605, USA. 

Results of theoretical considr»rations and 
experimental measurements are presented, \^ich 
allow the separation of primary and scatter 
doses in Q>-60 j^oton beams • If a small 
attenuator is placed in the beam, the dose from 
primary radiation will be altered but the dose 
from scattered radiation will not change 
significantly. The ratio of the primary doses C 
can be determined by relative attenuation 
measurements, it can be shown that the dose 
from primary radiation in the water is 

P»(1«1/C)(D-D0, 
v^ere D and Dc are measured total doses without 
and with the attenuator in the beam. 
Measurements were made with aluminum and 
graj^ite attenuators. It was found that the 
results do not depend upon the material used. 
Itie data for primary and scatter doses are in 
good agreement with recently published values. 
A correction factor for possible perturbation of 
phantonv-generated scatter is established, and 
application of the method to megavoltage x-ray 
beams is discussed. 



MP34.13 

On Methods of Photon Dose 
Calculations, J»W. Wong* and J. A. 
Purdy, Washington University School 
of Medicine, St. Louis, MO, USA. 



We have examined eight approximate methods 
for photon dose calculations: Ratio of TAR 
(RTAR) , modified Batho power law, and 
Differential SAR (DSAR) method, all devel- 
oped prior to CT; Equivalent TAR (ETAR) 
method, developed to make use of CT data 
but needing increased computer power; FFT 
convolution, scatter ray-tracing Delta 
Volume (DV) , Dose Spread Array (DSA) , and 
Differential Pencil Beam (DPB) methods, 
developed more recently, using theoreti- 
cally generated input data, but having 
limited practical applications because of 
inadequate computer power. Horizontal slab 
phantom measurements were used to study 
photon transport corrections. RTAR over- 
estimated lung corrections by about 10%. 
Not all scatter ray-trace approaches were 
better as DSAR was inferior to Batho. FFT 
approximation omitted ray-tracing and led 
to large artifacts at depth. Ray-tracing 
DV, DPB and DSA methods agreed with cobalt 
60 measurements mostly to within 2%. Non 
ray-tracing ETAR was only slightly 
inferior for these geometries. (Supported 
by NCI CA-41574 and CM-47696) . 



MP34,14 

Monte Carlo Studies of Small Inho- 
mogeneity Dose Perturbations in 
Photon Beams, S.S. Hancock*, w.S. 
Ge, ex. Yu and J.W. Wong, 
Washington University School of 
Medicine, St. Louis, MO, USA. 



MP34.15 

A 3D Implementation of the ETAR 
Method Using FFT Convolution, C.X» 
Yu * , p . Y . Yan and J.W. Wong, 
Washington University School of 
Medicine, St. Louis, MO, USA. 



Photon dose is enhanced locally near bone- 
like material. We have studied the rela- 
tive contribution of the various charged 
particle transport components for 6 MV and 
18 MV x-rays. The EGS4 code was used to 
calculate the angular distribution and 
energy spectra of the charged particles 
emerging from spherical inhomogeneities in 
water. Compton and pair-production inter- 
actions in the sphere and water are scored 
separately. The results are then used in a 
simpler CSDA model to delineate the char- 
acteristic of the various dose perturba- 
tion components. There is a net reduction 
of charged particle fluence emitted at 
small angles and a net increase at larger 
angles. Contributions due to the charged 
particles originating from the sphere and 
the water medium peaked at different 
directions. The total charged particle 
flux per unit area emerging from the 
sphere is independent of its size. (Sup- 
ported by i^CI grant CA-41574). 



The equivalent tissue-air-ratio (ETAR) 
method, despite known weaknesses, provides 
results that rival scatter ray- trace 
methods for photon dose calculations when 
electronic equilibrium exists . Although 
fully 3D in formulation, an empirical CT 
slice coalescing approach is used to 
reduce the calculations to a more manage- 
able 2D form. As a result, the method is 
not suitable for irregular beam shaping. 
We have noted that the ETAR calculations 
represent a density convolution which can 
make use of the FFT technique. 3D ETAR FFT 
calculations, more versatile than the 2D 
version, have been implemented on our VAX 
8600. The FFT approach compares favorably 
with results using the earlier version and 
measurements. Calculations for 32^ vr^ume 
elements took less than 2 min., while the 
direct convolution took about 1 hr . The 
approach offers a much improved option 
over current ID methods for practical 3D 
RTP until more advanced methods become 
practical. (Supported by NCI grant CA- 
41574) . 
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KP34.16 

Installation of the EGS4 Monte Carlo 
Code on a Microcomputer System^ 
S. Walker and D. Jette*, Institute 
of Applied Physiology and Medicine, 
701 16^ Avenue, Seattle, WA 98122. 

We have Installed the EGS4 Monte Carlo code^ on 
the new Compaq 386/20 microcomputer system. 
This microcomputer, with Its 32-blt wordlength, 
20 MHz clock speed, and Weitek mathematics co- 
processor, promises to rival a mainframe system 
In Its Monte Carlo run speed, and at very much 
less cost. The Installation Is by no means 
trivial, with an appropriate operating system 
and Fortran compiler required, and conversion of 
the EGS4 files from mainframe to microcomputer 
format is fairly Involved. However, this work 
should help other researchers to Install EGS4 on 
their own microcomputer systems. We present 
benchmark tests of running EGS4 on our system, 
vs- a VAX mainframe system. 

These investigations have been suoported by a 
grant ROl CA41490) from the National Cancer 
Institute. 

1. W.R. Nelson, K. Hirayama, and D.W.O. Rogers, 
"The EGS4 Code System", Stanford Linear 
Accelerator Report 265 (Stanford University, 
Stanford, CA, 1985). 



MP34.17 

Optimization of CBEAM loxlel paraaeters 
for linac photon beaoos, K. Ayyangar, 
I. Eaftari*, J.R. M.ta, and 
N. Suntharalingam, Cep^x-QDsnt of 
Radiation Therapy and Nuclear Madidne, 
Thomas Jefferson Uilv. Ibspltal, 
Ehiladelphla, PA 19107 

Measured beam profiles and central axis depth dose data 
for photon besos from our linear accelerator are used 
to generate a dose matrix representing the full beam. 
Using tte mcxiifled CBEAM model, a corresponding dose 
matrix is also calculated. The calculational model 
requires a set of 3 paraojeters to define the bean 
intensity at beam edges and 3 for the primary profile 
factor expressed as a function of distance from the 
central axis. M additional parameter to account for 
the transmission of the beam throtgh the collimator is 
also included. M optimization prpgraQ has been adapted 
to autoaatically adjust the paraneters used in the 
CBEAM nodel to minimize the chi-square between the 
measured and calculated data. The process of 
optimization is repeated for different field sizes, 
locally the average values of the paraneters for 
small (6X6 aa^), mediun (10X10 cm^) and larg^ (20x20 
cn^) field sizes are found to represent the bean 
adequately for all field sizes. The calculated and the 
nfiasured doses at any point agree to within 2% for any 
field size in the range ^Yk cs? to 405540 cm^. The 
method of optimization and the agreement of the data 
with measurements will be discussed. 



MP34.18 

Corrections to Scatter Dose in 
Heterogeneous Media tor Photon Beams , 

R.K. Rice*, B. E. Bjarngard, and L. M. 
Chin, Joint Center for Radiation Therapy, 
Department of Radiation Therapy, Harvard 
Medical School, Boston, MA 02115 

To calculate photon dose distributions in 
heterogeneous media accurately it is 
necessary to consider changes to the 
primary and scatter components of the dose 
separately- Existing algorithms using this 
procedure usually involve an integration 
over the irradiated volume. For a 3- 
dimensional integration the time required 
is prohibitive for routine treatment 
planning. We have developed an algorithm 
to correct the scatter component of the 
dose in layered media by calculating the 
effective scatter-to-primary ratio (SPR) 
along the central ray. The SPR is 
determined based on the radiologic depth 
and density-scaled field size at each 
interface. By combining this effective SPR 
with a 2-dimensional scatter integration 
and primary dose correction accurate 
results (<5% error in total dose) are 
achieved for a variety of geometries and 
beam energies including a mediastinum 
geometry for 4 and 15 MV photon beams. 
Measured results are compared with the new 
algorithm and Monte Carlo simulations. 



MP34.19 

Applications of a Laplace Transform 
Pair Model to Deconvolve the High 
Energy Photon Spectra from 
Transmissions Measurements. J.S. 
Ramaswamy*, W.F. Hanson, B.R. 
Archer, and A.L. Boyer, Department of 
Radiation Physics, University of Texas 
System Cancer Center, Houston, TX. 

No direct method currently exists to measure the 
energy spectra of megavoltage photon beams. Monte 
Carlo simulation and several indirect experimental 
methods have been suggested to quantify high energy 
photon spectra. We are exploring the Laplace 
transform pair method as a practical method of 
determining high energy photon spectra. By modeling 
the transmission curve and the spectrum with 
analytical functions, one can use a Laplace transform 
to deduce one from the other. Spectra reconstructed 
from transmission data measured using different 
materials are intercompared to verify the uniqueness 
of the Laplace transform pair model. Spectra on and 
off the central axis of 6 and 18 MV photon beam thus 
determined are compared with the spectra generated 
by Monte Carlo simulation. The selection of 
attenuators, measurement of maximum energy of the 
photon spectra, and conversion of chamber response 
to fluence are discussed. 

This work supported in part by P.H.S. Grants CA 
if3Z^0 and CA 10953 awarded by the National Cancer 
In^it^te^HHS. 
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MP34.20 

A Geometri c Parameter for Represent 
tation of S catter in Photon Beams, 
C.H* Obcemea^ , H* Rashid and B.E. 
Bjarngard, Joint Center for Radia- 
tion Therapy, Boston, MA 02115 USA. 

Before measured dose data for photon 
beams are used for dose calculations 
based on scatter integration, primary 
and scatter dose components must be 
separated and the data edited. We have 
examined how this may be aided by a 
simple geometric expression for the 
scatter-to-primary ratiosSPR«A^rd/( A2.r+d). 
This is a qualitative description of 
first-order scatter as a function of 
depth d and average field radius r. The 
data used were tissue-phantom ratios 
(TPR) for 8 MV X-rays (d=2-30cm, square 
fields s«4-35 cm) and TAR data for Co-60 
(d=0.5-30cm,s=4-75c3i) . The primary and 
scatter components were separated by 
three different approaches, one based on 
the formula above, with ±1% agreement. 
The resulting TPR or TAR values were then 
fitted to the expression with a least- 
squares procedure. The accuracy was in 
general within ±2% for Co-60, somewhat 
less at d=30 cm. For 8 MV X-rays, only 
occasional points at shallow depths gave 
discrepancies greater than 1%. 



MP34.21 

A Hiqh>P recision Method for Computing the 
_Missinq-T1ssue. N. Samsami'^, F.R. Bagne and 
S. Hoke, Medical College of Ohio, Toledo, Ohio 

High Precision radiation therapy requires that 
a uniform dose be delivered across the entire 
treatment volume. To accurately compensate 
for the effects of the missing tissue, it is 
imperative that all the necessary parameters 
which can affect dose in the treatment volume 
be determined. He have developed a precise, 
yet practical technique for computing the 
thickness of missing-tissue along the ray-lines. 
The technique takes into account the phantom 
scattering effects, the missino-tissue scatter 
reduction and the scattering due to the collimator 
jaws. To assess the most suitable 
tissue-compensator material, a series of 
measurements were done using polystyrene, lead, 
Cerrobend and polyethylene-lead. All dose 
measurements were made in tissue-equivalent 
phantom using 6MV (Clinac 6/100) and lOMV 
(Clinac-18) photons. Our data indicate that 
tissue-equivalent materials provide more accuracy 
than high-atomic number materials. Additionally, 
using the described method, dose uniformity 
can be achieved with less than a few percent 
error over the entire clinically-used range 
of depths, missing-tissue thicknesses and field 
sizes. This method is particularly suitable 
for generating cross-sectional layers of missing 
tissue using computer software. 



MP34..22 

An Aleorithm for Design of Beam Cor.pensators , V.D. 
Renner, O'Connor, N.M. !^ermudez. Dept. 

Radiation Therapy, Comunity Hospital, 1500 IC. 
Hitter Ave., Indianapolis ^ Ii: UC2l^^ USA. 

A three dinensional computer propram was vritten 
for the VAX computer that can produce isodose 
curves in any plane of the patient's hody for 
virtually any beam setup that can he achieved on 
the treatnent inachine, including any conbination 
of blocks, wedges, and beam conpensators, provided 
the patient can be scanned on a C? scanr *r in the 
treatment position. Computed doses are accurate to 
within 3a at one standard deviation on corparison 
with measured values in an anthropoirorphic' phanton. 
Beam compensators are optimally designed to ^ive a 
uniform dose to any plane or midsurface that inter- 
sects a single beam, or to give a uniforn dose to 
the volume defined by the intersection of two or 
more beams. The primary and scatter components 
are taken into account separately, as well as the 
patient's shape and internal heterogeneities. The 
design of the beam compensators is forrulated as a 
linear proeramming problem and solved with a varia- 
tion of the Simplex Method. Beam weiehtinp "^actors 
are also obtained as part of the solution. 



MP34.23 

SET OF PROGRAMMES FOR RADIOTHERAPY 
TREATMENT PLANNING. PART I - 
EXTERNAL HIGH ENERGY PHOTON BEAMS. 
M.C. Lizuain* C. Pino and C. Cinos. 
Hospital de Bellvilge. Barcelona 
(Spain ). 



A set of Forlran-77 progrannes for 
Radiotherapy treatnent planning have been 
developed m a PC. The Cunningham and 
Uilkmson method was used for calculating the 
dose distribution m high energy radiation 
beans. The values of Co-G0 SAR and TAR were 
taken fron the literature and RX-18 MV were 
calculated fron measures nade with ionization 
chanbers . 

The progrannes consist of three parts: 
I: Generation of tables of numbers giving the 
radiation distributions for beans of 
rectangular cross-section with or without 
wedge filters. 

2i Cal culatlon of absorbed dose at points of 
one volume irradiated with one or two 
irregular section )-ans. 

3: Calculation c dose distribution in a 
plane of a volume irradiated by sev'^'^al 
regular beans. (Six fixed or isocentric beans 
or two rotational beans). 
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Computing dose distribution for electron beams with 
rotated collimator using Generalized Gaus^an pencil 
beam algorithm^ S. HyMynmaa*, Techmcal Research 
Centre of Finland, Medical Engineering Laboratory, 
Box 316, SF-33101 Tampere, FINLAND 

Generalized Gaussian pencil beam algorithm has been 
used for computing the absorbed dose for electron 
beams. In this work the algorithm was applied for 
computing the dose distributions for fields with rotated 
collimator. The computation is based on calculating the 
integration limits along the height of the field to the 
field edges at the position of each pencil beam. The 
computation was tested for a rotated 10x10 cm field for 
= 11.4 MeV electrons (Microtron 14) in a water 
phantom. With collimator rotations up to 30o the 
agreement with measured values inside the field was 
good. Outside thefield the computation overestimates 
the dose (isodose curve shift < 5 mm). With collimator 
rotations higher than 30o the computation started to 
underestimate the dose inside the field (isodose curve 
shift < 5 mm up to 60© rotation). Outside the field the 
overestimation went up to 8 mm isodose curre shift for 
60O rotation* The computation gives fairly good results 
inside the field for quite large collimator rotations. The 
approach can also be used for computing dose from 
irregularly shaped fields, and computation in slices 
outside the fields is possible. 



MP34.25 

The Effect of Oblique Incidence upon 
Electvon^Beam Dose Distributions^ 
D. Jette*, Institute of Applied 
Physiology and Medicine, 701 16JE1L 
Avenue, Seattle, WA 98122. 

Surface curvature of the patient can significantly 
Influence the dose distribution In electron-beam 
teletherapy. In this study we systematically 
examine the effect of oblique Incidence upon 
electron-beam dose distributions, comparing the 
predictions of Fermi-Eyges multiple-scattering 
theory and of second-order multiple-scattering 
theoryl, with EGSA Monte Carle calculations. In 
particular, we evaluate the finding of Ekstrand 
and Dlxon2, that the effect of oblique Incidence 
Is to Increase the dose at small depths and to 
decrease It at large depths. 

These Investigations have been supported by a 
grant {ill ROl CAA1A90) from the National Cancer 
Institute. 

' 1. D. Jette, Med. Phys. 12, 178 (1985). 
2. K.E. Ekstrand and R.I. Dixon, Med. Phys. 
276 (1982). 



MP34.26 

Multiple^ScatteHng Angular Distributions 
in Electron Dose Calculation^ D. Jette , 
Institute of Applied Physiology and Medicine, 
701 16^ Avenue, Seattle, WA 98122. 

A problem with using Ferml-Eyges multiple- 
scattering theory In electron dose calculation Is 
that that theory predicts a Gaussian distribution 
In particle direction, at any particular depth In 
a broad u.ectron beam. Such a Gaussian distri- 
bution Ignores the single-scattering tall of the 
real angular distribution, leading to Inaccurate 
dose calculation. On the other hand, Mollere 
multiple-scattering theory Includes single large- 
angle scattering, but Is valid only ^.r constant 
energy, and hence only near the surface of the 
Irradiated material. Our second-order multiple- 
scattering theoryl does modify the Gaussian 
distribution so as to predict Increased scattering 
at large angles, but like the Ferml-Eyges theory 
It does not Include the process of single large- 
angle scattering. We compare the predictions of 
these multiple-scattering theories with EGSA Monte 
Carlo calculations, and discuss how to append a 
single-scattering theory to achieve accurate 
electron dose calculation. 

These Investigations have been supported by a 
grant (//7 ROl CAA1A90) from the National Cancer 
Institute. 

1. D. Jette, Med. Phys. 12, 178 (1985). 



MP34.27 

A real time CT-iinked 3-D treatment 
planning system, T. Nishidai*, Y.Nagata, 
M.Takahashi and M.Abe, Kyoto Univ., 
Kyoto 606/ Japan 



A real time CT- linked treatment planning 
system, called a CT simulator, has been 
developed. The basic system consists of a CT 
scanner, a multi-image display component, a 
treatment planning device with real time visual 
optimization and a laser beam projecting 
component. All the components are combined m 
line and work simultaneously. With the 
treatment planning device, visual optimization 
and fast reconstn:ctiai of dose distributions, 
oblique slices and simulation images are 
available. Accurate 3-D dose distribution is 
calculated with heterogeneity correction by the 
new equivalent TPR method on any interested 
slice. On two large multi-image monitors, the 
CT images and scannograms involvi.ig the target 
outline, ROl, field s'.ze, block localization 
and dose distribution can be observed and an 
optimal planning is serched. The laser beam 
projector locates the planning result, e.g. 
beam center, field size. Ihis new CT simulator 
can be used for 3~D planning and simulation for 
radiotherapy within a reasonable short time. 
The research was done in collaboration with 
Shjjnazu Co. and NEC Co.. 
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MP34.28 

lapleatentation of a Three-Dioensional 
Planning System Using the GKS Graphics, 
D. L. HcShan*, University of Michigan 
Medical Center, Ann Arbor, HI A8109. 

The Graphics Kernal System (GKS), an ISO/ANSI 
graphics standard, has been used to implement a 
full function three-dimensional radiation therapy 
planning system* The standard provides a uniform 
interface between the treatment planning software 
and a variety of graphical display devices* 
While GKS is presently only a 2-D graphics 
standard, our implementation provides for device 
handler extension (via GKS escape functions) to 
support overlay graphics, gray scale image 
displays, and other image processing functions. 
For 3-D graphics, a software layer written in 
FORTRAN has been interfaced to GKS calls and 
provides the necessary tools to handle multi- 
format windows, 3-D coordinate transformations 
(including perspective for beam's eye view 
displays), clipping planes, axonometric displays 
and surface rendering. An overview of the 
functionality of this implementation will be 
presented along with a discussion of its 
performance in routine clinical operation. 



MP34.29 

Further Exploitation on Using Wedge Filters 
in Radiation Therapy Planning, Yi-min Hu, 
Ning Lin, Chun-li Zhang and Hong-zhi Zhang 
Radiation Oncology Dept., Cancer Institute 
(Hospital), Chinese Academy of Medical 
Sciences, Beijing, China. 

On sununarizing the experience of using 
wedge filters iu radiation therapy plan- 
ning, authors derived theoretically a form- 
ulae which can in practice guide the plan- 
ners who use Treatment Planning System or 
help the radiotherapists who haven't got 
Treatment Planning System at present to 
choose independently the optimum wedge 
angles and dose weightings of the beams to 
be used to achieve a very uniform dose 
distribution in target volume while sparing 
effectively the normal tissues around and 
the critical organs nearby. The dose dis- 
tributions deduced from the formulae are 
confirmed by RTPLAN and Film dosimetry in 
Anderson phantom. 



MP34.30 

Comparison of Theraplan Electron 

Dose Calculations with Measurements 

in an Anthropomorphic Phantom/ 

J. Cygler* and J. Ross, 

Ontario Cancer Foundation, 

Ottawa Regional Cancer Centre, 

190 Melrose Ave./ Ottawa/ Ontario KlY 4K7 



Electron dose distributions in an anthropomorphic 
(Rando) phantom were measured using TLD-100 rods. 
CT scans of the head and chest wall sections of 
the phantom were done using a GE 9800 scanner. 
The measured doses for 6, 9, 13/ 17/ 20 MeV beams 
were compared with isodose distributions 
calculated with Theraplan Version 04 software 
[A.E.C.L.]. This program performs inhomogeneity 
corrections based on pixel by pixel data. 
Discrepancies between measured and calculated 
doses for the head are of the order of 10-14%. 
For the lungs Theraplan greatly overestimates the 
dose. The differences between measured and 
calculated data are larger for the larger 
electron energies (up to 40% for 20 MeV). The 
reasons for such big discrepancies are discussed 
in terms of the assumptions inherent in the 
algorithm employed by Theraplan. 



MP34.31 

Verification of External Beam Teletherapy 
Plans Produced by CT-Based Planning Com- 
puter, Lilian V. Rodriguez,* Jose R. 
Reyes Memorial Medical Center, Department 
of Health, Manila 1003, and Agnett P. 
Peralta, Radiation Health Service, Depart- 
ment of Health, Manila 1003, Phillippines . 

The first CT-based treatment planning com- 
puter in the Phillippines has been installed 
at the Radiotherapy Department of the Jose 
R. Reyes Memorial Medical Center. This 
development provides a new level of accur- 
acy and precision in the field of radiation 
therapy in the country. The present work 
describes the procedure performed to 
investigate the accuracy of treatment plans 
made for external photon beam teletherapy. 
The study consists of two parts. The first 
part is designed to detect any programming 
error. The second part involves verification 
of dose calculations by actual measurement 
in a phantom. 
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MP34.32 

QUANTITATIVE EVALUATION OF ALTERNATIVE 
PUNS DURING COMPUTERISED RADIOTHERAPY 
TREATMENT PUNNING PROCEDURE 

S L Kapoor, TSG Integrations 
202 Ashok Bhawan, 93 Nehru Place 
New Delhi 

The role of treatment planning in the 
radiotherapy procedure is to assist the 
doctor in arriving at a prescription in 
order to give better quality of treatment 
to the patient. The prescription is a 
treatment scheme based on the clinical 
information about the patient, thera- 
peutic objectives and the physical trec*t- 
ment plan. Alternative treatment plans 
are normally visualised by the doctor with 
the help of treatment planning systems to 
arrive at a plan which best meets the 
overall objectives. This paper suggests 
an easy-to-use s^^heme for quantitative 
evaluation of treatment plans. 

The scheme is based on comparing the 
desired dose to the various parts of the 
body (treatment objective) with the cal- 
culated dose for a given treatment plan. 
A direct comparison of the objective with 
the actual dose values to the points of 
interest yields valuable quantitative 
data for evaluating the effectiveness of 
alternate plans. 



MP34.33 

Irregular Portal Planning in Radiation 
Therapy - Use of CT Images for 
Target Volume Delineation, Preparation 
of Shields and Templates, Anil Kumar Sharma* 
and R. Ravichandran, Kidwai Memorial Institute 
of CiTCology, Bangalore - 560 029, India, 

The aim of radiaticn therapy planning is 
to find an optimal way to deliver radical 
radiation dose to the specified target 
volume while sparing the surrounding healthy 
tissue as much as possible. A method is 
described to utilise Computed Tomography 
data to provide accurate information for 
delineating the target volume and to ensure 
reduction in the volume of healthy tissue 
in the radiation field. Tumour bearing 
areas are marked on the individual scans 
of the exposure series and projected onto 
the lateral and AP topograms to get the 
irregular portals. The resultant irregular 
portal is additionally superimposed with 
the superior, middle and inferior cutlines 
which help in positioning the patient and 
decide the collimator, couch and gantry 
angles. By employing suitable magnification 
factor, individual shields are prepared 
from the topogram films carrying projected 
ROI's defined in the sequential tomograms. 
These topograms are also used as templates 
for adjusting the shielding blocks. 



MP34.34 

Objective Measures of Radiation Therapy 
Treatment Plan Quality, Bruce A. Lulu, Radiation 
Oncology, University of Arizona, Tucson, AZ 
85724, USA. 

When comparing competing radiotherapy treatment 
plans. It Is useful to abstract from the plans 
objective measures of quality (MOQ) more compact 
than the usual multiplanar Isodose 
distributions. Traditionally, concepts such as 
minimum target dose, percent dose Inhomogenelty 
throughout the target volume, and more recently 
the dose-volume histogram, have been used. We 
present four measures Df plan quality that can 
be derived from a dose -volume histogram by 
Inspection. These dimenslonless measures contain 
two physician-adjustable parameters that have 
clear clinical meanings. The MOQ are applicable 
to teletherapy plans and as well as 
brachytherapy plans. The MOQ require the concept 
of target volume, which could in fact be an 
isodose surface, as well as no other clinically 
significant structures other than "target" and 
"non-target\ We show that all four MOQ are 
necessary in the sense that a plan with three 
good MOQ can be constructed that is clearly 
clinically unacceptable. Conversely, the four 
MOQ are sufficient to characterize all the 
essential features of an Ideal plan. 



ERLC 



MP34.35 

Development of a dose calculation workstation , J 
Viitanen*, J Heinil^^, S Hy6dynmaa and H Puurunen, 
Technical Research Centre of Finland, Medical 
Engineering Laboratory, P,0. Box 316, SF-33101 
Tampere, Finland and Dosetek Oy, P.O. Box Z, 
02131 Espoo, Finland 

In connection with the Nordic Research Program 
CART (Computer Aided Radio Therapy) we developed 
a new comprehensive and flexible concept for the dose 
calculation workstation for radiation therapy. The CT- 
based system, CADPLAN, has been implemented on a 
modern workstation, Hewlett Packard 9000/350, 
although the development work has been done on a 
VAX-1 1/750. 

The menu and mouse driven system in^.iudes vast 
image processmg facilities like beam's eye view 
presentation, multislice display, image reconstructions 
and 3D surface models. The photon dose calculation 
algorithms use pixel-by-pixel basetl generalized power 
law or equivalent TAR method for inhomogeneity 
corrections. For compensating filter calculations an 
iterative method is used. The electron distributions 
are calculated using the generalized Gaussiein pencil 
beam algorithm. Boluses can be inserted on the 
patient and included in the calculation and dose 
histograms in the given ROfs can be generatetl. 

Software for intracavitary calculations is available in 
the system. The intracavitary distributions can be 
combined with external distributions and 
^I^rpositioned on CT-slices 
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MP34.36 

$D CompuUrized Treatment Design Using Modem 
Workstations^ George W» Sherouse', Radiation 
Oncology, University of North Carolina, Chapel 
HiU, NC 27514 

In recent years the rapid evolution of high-performance 
workstations has given rise to new models in the computer 
industry for the deployment of computing resources* For 
departmental where a great deal of computing power is 
required, a network of single-user workstations with shared 
access to files and unique peripherals has become a cost- 
effective alternative to more conventional centralized com- 
puting* Moreover, even for sites where one or few worksta- 
tions are needed, the ability to place very capable computers 
with high-resolution graphic displays on users' desktop/J 
opens new possibilities for the design of highly interactive 
software tools. A prototypical workstation network config- 
ured to support three-dimensional radiotherapy planning 
will be presented* The richness of this approach will be 
illustrated by description of some 3D radiotherapy software 
tools, designed and built using the UNIX* operating system 
and the X Window System available on most modem works- 
tations. 

^UNDC is a trademark of Bell Laboratories 



MP34.37 

Some Experiences on Radiation 
Therapy PACS E.Takenaka.Y. Wada, 
R.HoSaka and T«Fukui. 
National Defense Medical College 



Fifty national university hospitals have 
been year by year annoyed by piling up of 
X-ray films due to the development: of many 
imaging modalities. Study group of radio- 
logy department of national university 
hospitals has been discussed PACS to be 
made in their hospitals. As a member of 
group, we have checked and studied the func- 
tionand performance of radiation therapy 
PACS. Radiation therapy PACS treats all 
kinds of medical images in addition to 
radiographs. This PACS are the most suit- 
able to determine TNM and target volume, to 
detect early recurrence and metastasis and 
to teach radiation oncology to medical stu- 
dents and post graduate students. A PACS 
module with a laser scanning digitizer , two 
high resolution CRTs, light discs etc was 
set in radiotherapy section. Information 
contents of medical images, function and 
performance of this PACS module and experi- 
ences on module will be reported. 



MP3H.38 

A PROJECT FOR AN EXPERT SYSTEM IN 
RADIOTHERAPY 

L.Azario, A .Piermattei , G.Arcovito* Physics 
inst . ,Univ.Catt . S. CROMA L .Andreucci^, 
A.Schenone , National Cancer Institue,GENOVA 
C.Bacci Phys. Dep . ,"La Sapienza" Univ., ROMA 
R. Bernabei , S.D'Angelo , M.P. De Pascale 
Physics Dep., "Tor Vergata" Univ.,ROMA 

Data coming from CT, NMR and PET images are 
well treated by means of optimized 
software. A typical use of the computer for 
this kind of research is to store a 
great deal of clinical data to optimize the 
trcttement planning. The aim of our projiect 
IS to make an expert system to contribute 
to clinical treatments of different 
patoiogies, expecialLy related to 
increasing quantity of the radiological 
informations. The realization will be 
completed in this subsequent steps. In a 
first time we will develope the software 
icr the tridimensional reconstruction of 
images coming from a CT system. In the 
second step, we will realize a software to 
estimate the dose distribution an the 
isoeffect to optimize the radioterapic 
treattment. The aim of this poster s to 
show with some detail the purposes oi this 
project and the status of the our 
tridimensional imaging software. 



MP34.39 

A PC BASED WORKSTATION FOR THE PLANNING OF 
STEREOTACTIC NEUROSURGERY 

T M Peters; J A Clark, G B Pike, A Olivier. 
McCoiincll Brain Imaging Unit, Montreal Ncuiological 
Institute, Montixfal, Quebec. 



S(crcotactic surgery requires knowledge of cerebral structures 
derived from more than one image source. We have developed a 
PC- AT based workstation wliich accepts patient images, made 
Willi the stereotactic frame in place, from CT, MRI and DSA 
inodalities. Reference niarkei.son the frame ma> be identified in 
the Images toestabli&h the cuurdinate geometry for each modal- 
ity. 

Target points may be identified on each image type and tra- 
jectories of probe paths to these points defined. Targets iden- 
tified on one sot of images may be transferred automatically to 
oihcr images of the same patient, in order for example to guar- 
antee a vascular free path of approach to a target point deep 
within the brain. 

To date several handled jiatieats have had stereotactic sur- 
gery performed on the basis of plans using this system. Pro- 
cedures included biopsy and aspiration of lesions, implantation 
of electrodes for the recording of deep EEC signals, and radio* 
surgical techniques based on the use of a high energy linear ac- 
celerator. 
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MP34.40 

Maximum Utilization of Radiation Oncology 
Computer System 

Simon C^P. LamJ Steven H. Mahood, Larry L, 
Windedahl, Michael L. Matheny, Morristown 
Memorial Hospital, Morristown, NJ 07960 

Contemporary high speed, high capacity, multi- 
tasking systems can adequately perform routine 
clinical treatment planning, and other ancillary 
functions. 

We put together a local computer network, 
centered around a parallel link of two POP 11/73 
computers. It is capable of simultaneously perform 
ming active treatment planning in 2 stations. It 
is capable of performing a multitude of tasks 
simultaneously in 10 stations. Its digital image 
processing ability enables optimal combination of 
images from different modalities for treatment 
planning. Video linkage between simulator and 
physician's offices help streamline the patient 
throughput. Direct data link between treatment 
units and main frames facilitate the accuracy of 
treatment plan implementation. It also provides 
recording and verification of actual treatments 
given. 

Ancillary tasks handled by this network 
include patient and staff scheduling, fiscal plan- 
ning, project Integration and analysis and remote 
communications to both the Hospital Information 
System and Radiology Information System. A direct 
link to the Nuclear Medicine MicroVAX computer is 
also provided. 



MP35.1 

Synthetic diamond crystois as 'state cf the crt' dosimeters 

ItJ, Keddy* and T.L. Nam 
Schonland Research Centre, University of the Witwatersrand 
PO Wits, Johannesburg, 205O South Africa 



The main attraction of using diamond as an tn-vivo or as an environmental 
dosimeter is that it is "tissue equivalent" to a high degree. It is however 
also non-toxic, robust and stable and can repeatedly be used. Only a rare 
group of natural diamonds act as efficient detectors of ionizing radiations 
however but diamonds with optimum quantities of selected impurities can 
be synthesized to act as radiation detectors with performance responses 
that are superior to other tissue equivalent materials. The diamonds can be 
synthesized to act as thermoluminescent dosimeters or as ionization cham* 
bers. Therapy doses can easily be recorded and radiation levels approaching 
natural background values can be detected. Depending upon the appHca* 
tion, the linearity of response extends over five orders of magnitude of dose 
within a useful range that extends to nine orders. The physical forms of the 
synthetic material can be crystals > grits or powders. All types of ionizing 
radiations can be detected, particulate as well as electro-magnetic. 
Because of the tissue equivalenco and stability of these specially synthesized 
stones they could very appropriately be used as the detecting coirponenl 
m ilostrumenU calibrated in **absorbed" rather than "exposure" dose, a»o 
because of their small volume? ( Rsl mm^ ), they \Vould lend themselves 
well to the miniaturization of such instruments. 



MP35.2 

A direct comparison of water 
calorimetry and Ftidce dosimetry 

Ken R. Shortf, C.K.Koss, N.K.Klassen and 
G.D.Smith, Division of Physics— NRCC, 
Ottawa, Canada KIA ORC 

We have completed a direct comparison of water calorimetry and 
FVickc dosimetry for 20 MV x-rays. The calorimeter consisted of 
a small sealed vessel containing 100 ml of stirred water saturated 
with a 50/50 mixture of H2 and O2 gases. Based on calculationb 
and previous experiments involving different gases, we estimate 
that the heat defect for this system is -2.1%. The calorimeter ^vas 
filled with 100 ml of air-saturated IVicke solution and irradiated 
under identical conditions. Our Fricke system uses the Svensson 
and Brahme value for cG of 3.515 x 10"^ 1 cm"* J"* and gives 
agreement to within 0.2% with the dose to water for ^Co 7-rays 
obtained via graphite calorimetry. After correcting the calori 
metric measurements for the effects of the foreign mass (mostly 
glass), we find the dose to water determined by water calorime- 
try is I.00C±0.004 times the dose determined by IVicke dosimetry. 
We plan to make the same comparison for ^Co 7-rays and a range 
of electron energies. Eventually, we hope to establish a calibra- 
tion service at high energy based on this water calorimeter as a 
primary standard and FVicke dosimetry as a transfer standard. 



MP35.3 

Feasibility of t^on^Eqvilibrium 
Dosimetry with a Fricke Ferrous 
Sulfate System, L. D. Simpson, 
Washington University School of 
Medicine, St. Louis, MO, USA. 

Physicists* ability to measure dose under 
clinical, non-electronic equilibrium 
conditions is weak. Models to predict dose 
for external and internal sources thus 
remain incomplete and unverified. The most 
sophisticated models affected by this 
weakness are the Monte Carlo codes which 
have not been verified in some regions of 
non-electronic equilibrium. Limitations of 
existing experimental techniques will be 
reviewec*: to include ionization chambers, 
TLO, anJ the Fricke ferrous sulfate dosi- 
meter. Alternative methods for overcoming 
these limitations will be discussed. 
Emphasis will be placed on my development 
of a new Fricke ferrous sulfate dosimetry 
system. The water-equivalent detector 
volume is <0.001 cc, configurable as a <4\i 
thick disk or as a cylinder 1 mm diameter 
by 1 mm length. The detection limit in 
<0.1 Gy. Two important system components 
will be discussed: 1) a transition metal 
analyzer based on high performance ion 
chromotography and 2) the modified Fricke 
detectors. 

183 
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MP35.4 

The point of measurement for thick- 
waJied ion chambers in j-beams 

Alex R Bielajew* & D.W.O.Rogers, Division of 
Physics-NRCC, Ottawa, Canada KIA 0R6 

When ion chambers are used for determining exposure in point 
source Co fields, there is an uncertainty on the point of mea- 
surement owing to the finite size of the chamber and the spatially 
varymg photon fluence. In this paper we prcsejt a theory for 
the point of measurement building upon an "exact" theory of ion 
chamber response in uniform fields^ The theory is general enough 
to allow for fields of arbitrary spatial configuration but for this 
paper we consider point sources only (t.e. dependence). We 
demonstrate that for practical distances (SSD's >50cm or so), 
there is a negligibly small correction (<0.03%) relaUve to the ge- 
ometric center of the air cavity. This is demonstrated by Monte 
Carlo simulations for all standard icn chamber geometries, plane- 
parallel, thimble-type, and spherical. This is at variance with the 
Co exposure standards at the PXr and BIPM^ where point-of. 
measurement corrections of the order of 0.5% are used. Neither 
the NBS nor the NRC(Canada) apply such a correction although 
uncertainties of 0.1% and 0.2% ,respectively, are associated with 
this correction. We recommend that point-of-measurement cor- 
rections not be applied for thick-walled ion cliambers in <^Co 
beams and that no error be associated with this correction. 

1) Bielajew A.P., Phys. Med. Biol. 30(1985)419^127. 

2) Niatcl M.-T. et al, Metrologia 11(1975)17-23. 



MP35.5 

Radiation dose distribution in 
Agar gels imaged by MR, 
L.Ciraolo',M.Bucciolini,F.Milano, 
R.Renzi ,Fisica Medica ,Uni versita 
di Firenze, Italy, 

Radiation dose can be measured through 
the changes induced in the ferric ion 
concentration of a Fricke solution. The 
conversion of ferrous to ferric ions af- 
fects the NMR relaxation times of pro- 
tons in water, too. 

Sonse authors (Gore et al., Phys. Med 
8iol. ,1984,29,1189) have already round 
the increase of longitudinal and trans- 
versal relaxation rates to be linear 
respect to the ebsorbed dose. 
In this work, a solution of ferrous ions 
in Agar gel (Appleby et al.,Med 
Phys. ,1987,14,382) has been irradiated 
with a X-ray beam (25 MV) from a Linac. 
T1 and T2 values have been evaluated by 
an Imaging MR machine. 

This approach is aimed to employ the 
spatial resolution offered by the MRl 
technique in the dosimetry of complex 
radiation treatments. 



MP35.6 

Stopping power ratios in electron beams. 
P Andreo*. A.Brahme and A£.Nahum, 
Karolinska Institute. S-10401 Stockholm. 
Sweden, and Royal Marsden Hospital, Surrey 
SM2 5PT, England. 

Most of the existing dosimetry protocols agree in 
the recommended values for the water/air stopping 
power ratios in electron beams, i.e., the values from 
Berger as given in the AAPM protocol. 
Experimental results have shown that the use of 
s^ratios derived for mono-energetic and mono- 
directional beams is adequate for beams with 
certain energy and angular spread, but not for 
**clean" beams. 

Calculations have been performed using the Monte 
Carlo method. Computed Svater,air for beams 
without energj' and angular spread do not show 
significant differences from the Berger values, 
especially for the electron beam energies more 
commonly used in Radiotherapy (Eo<20 MeV). The 
inclusion of energy -and angular spread in the 
calculations has shown a variation of %ater,air at 
the depth of the masimum absorbed doso. 



MP35.7 

Dose Distributions of the First Clinical 
Stereotftctic Radiosurgical Unit (Gamma 
Kmfe) in the United States, G. Lindner* 
N. Smarra, University of Pittsburgh, * 
Pittsburgh, PA 

On August 14, 1987 the first stereotactic 
radiosurgical procedure was nerformed in 
i^J?fo"I^^D ^^t^V the Leksell Garrena 

^ ^- J^^^®!^^^^'^^^" University Hospital 
in Pittsburgh, Pennsylvania. Gaimia Knife 
radiosurgery refers to stereotactic locali- 
zation anH subsequent single treatment, 

u ?h^on?''t;"ur''^^^'^^^'''" 3 b^3in lesion 
with 201 highly focused beams of cobalt 60 

radiation- Treatment planning is done on 

" computer running soft- 
ware developed at the University of Uppsala, 
S?ff -J.^^?^^? specifically for the Gkmma 
Knife. The hemispherical array of sources 
the large nun.ber of small diameter beams 
and the steep dose gradients surrounding 
a target lesion make physical character!- 
zation of the radiation field complex. In- 
phjntom fi m and LiF thermoluminescent 
dosimetry (TLD) measurements were per- 
formed. Our studies have shown good agree- 
ment between measured and computer gene- 
rated field profiles and isodose distri- 
butions for 4, 8, 14 and 18 rim diameter 
fields. 
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MP35.8 

Measurement of Charged Particle 
Con tamlna t Ion In a Megavo 1 tage Beam > 
N.C. Ikoro*, E.C. Scarbrough, P.P. 
Antlch, U.T. Southwestern Medical 
Center at Dallas, Dept. of Radiology, 
5323 Harry Hlnes Blvd., Dallas, TX 
75235-9071 

The magnitude and penetration of electron 
contamination In 6 MV X-ray beam Is Investi- 
gated using a specially built Charged particle 
detector. The charge detector, with an 
aluminium electrode. Is used In the direct 
measurement of contaminant electron fluence. 
The fluence Is converted to dose by comparison 
with the fluence and dose measured from a 
modified 6 MeV electron beam. Further analy- 
sis of the electrons Is carried out using the 
detector in conjunction with a permanent 
magnet. 

Present data suggest that contamination 
electrons can be explicitly characterized; the 
observed changes in the build-up region, with 
collimator opening, are due to electrons; 
backscattered electrons from the medium are 
responsible for as much as 35% of the observed 
surface dose at maximum collimator setting, at 
standard treatment distance. 



MP35.9 

Angular Emission of Secondary 
Charged Particles crom Small 
Cylindrical Volume for 6 MV and 18 
MV X'RaySr S.S. Hancock*, C^X. Yu 
and J.W. Wong, Washington Unive.;- 
sicy School of Medicine, St . 
Louis, MO, USA. 



An understanding of charged particle 
productions and transport in finite size 
volume element is important for accurate 
dose calculations. We have measured the 
angular emission of the charged particles 
from small acrylic, aluminum and copper 
cylinders in 6 MV and 18 MV x-ray beams to 
study the effects of size and composition 
of irradiated volume. Electron contamina- 
tions, primary and scattered photon 
contributions were minimized. Charged 
particle emission due to pair-productions 
increased with atomic number . Coulomb 
scattering shifted the emission to larger 
angles. The charged particle flux at each 
angle became proportional to surface art^a 
when the cylinder diameter approached the 
charged particle range. The measurements 
agreed v/ith Monte Carlo simulations. The 
effects of multiple co-ilomb scattering 
play a major role in the angular distribu- 
tion of the charged particles. 
(Supported by NCI grant CA-41574) . 



MP36.1 

The Light Propagation Physics oE Breast 
Transillumination Imaging, D.Wynndn*, 
M.Patterson, V.Hansen, V.Peters, ihe 
Ontario Cancer Treatment and Research 
Foundation, 711 Concession Street, 
Hamilton, Ontario, Canada, L8V IC3 

Breast transillumination invaging is a method of 
detecting abnormalities based on the differential 
transmission through the breast of red and 
infrared light. Vfe quantitatively assess the 
propagation of light through various tissues in 
an attempt to determine both the optimization and 
limitations of the method. 

This assessment is based on determining the 
fundamental optical properties of regular, 
fibrous and malignant breast tissue by first 
measuring, for tissue samples, the reflected and 
transmitted light using an integrating sphere. 
These measurements are inverted to yield optical 
properties through iterative Monte Carlo 
simulation. Phantom models have been constructed 
for a range of optical properties. Both Monte 
Carlo simulation and diffusion theory arc used as 
mathematical models. 

Presented results of imaging simulations using 
both models quantify the sensitivity of breast 
transillumination imaging to geometry and nature 
of the abnormality within the breast, wavelength 
of light, extent of scatter rejection and method 
of detection. 



MP36.2 

Analysis of trace elements in seminal 
fluid by X-ray flourescence, R.CESAREO*, 
Centro Ingegneria Biomedica - University 
La Sapienza, A. MAGRINI & G. IZZO, 
Fisica Medica - University Tor Vergata, 
G. D'OTTAVIO & A. LAGANA', Ospedale S. 
Carlo di Nancy - Rome - Italy, L.J. 
PEDRAZA, Centro de Estudios Nucleares - 
Universidad Nacional Autonoma de Mexico, 
S.Q.B. MAHTABOALLY, Physics Department - 
Rajshahi University - Bangladesh 

Energy dispersive X-ray flourescence induced by 
monoenergetic photons was used in the analysis 
of trace elements in seminal fluid. Mono- 
energetic radiation of various er'srgies was 
obtained by using an X-ray tube with secondary 
external targets (Sr and Zn) . Fluorescence 
radiation from each secondary target was 
collimated and sequentially used to irradiate 
fluid samples deposited on thin filters. A 
linear relationship between X-ray ;ounts and 
content of each element was found. 44 samples of 
seminal fluid from 22 infertile males were 
analyzed. Potassium, calcium, iron, copper, and 
z-xnc were detected and quantitatively assessed, 
minimum detectable limits being 1 ppm (Fe, Cu 
and Zn) and 50 ppm (K and Ca) . A close linear 
correlation between Zn, K and Ca levels was 
found, regardless of the pathological condition. 



ERIC 



16 5 

O 1988 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 143 



Medical Physics Scientific Papers 



MP36.3 

ICiight Scattering and Propagation in 
Tissue, H Key*, P C Jackson and 
P N T WellSr University of Bristol ^ 
Bristol BSl 6Sy, UK 

The development of improved light transmission 
imaging requires more information on the 
scattering and propagation characteristics of 
tissues at visible and near infra-red wave-" 
lengths. We are especially keen to exploit the 
full potential of transillumination imaging for 
the detection and diagnosis of breast cancer. 

Volume scattering functions of normal and 
pathological tissues have been measured at 
several wavelength bands that correspond to 
high tissue transmittance . Experimental data 
have been incorporated into a Monte Carlo model 
for simulating the propagation of light in 
three-dimensional tissue geometries. The model 
is being used to predict transmitted intensity 
distributions for different geometries and 
tissue albedos and to study the efficiency of 
spatial and temporal image filtering 
techniques. 



MP36.4 

Elastic Characteristics of the Self- 
Expanding Metallic Stents > 
B.C. Fallone, Diagnostic Physics 
University of Texas, M.D. Anderson 
Hospital & Tumor Institute 
Houston, TX 77030 



El:;stic properties of the self-expanJing 
metallic (Gianturco) stent were measured. Hooke' 
law was used to characterize the stent with re- 
spect to its caliber, length and radius by a co- 
efficient of stiffness. Although this coefficient 
was indep'-ndent of the radius of the stent, we 
found that it was directly dependent on its 
caliber. For a stent of a particular caliber and 
length, the fractional change in radius deter- 
mined the force exerted by the stent. For small 
radial displacements of the stent, the force re- 
quired to compress it was directly proportional 
to tha radial displacements; for large displace- 
ments, the force depended upon a power series of 
the fractional radial displacement. A hyperbolic 
function was empirically introduced to approximate 
this type of relationship between force and radial 
displacement. Tension and pressure exerted by the 
stent were calculated and the use of such results 
with normal vessels was suggested. 



MP36.5 

Influence of EEG by Static Magnetic 
Fields, L. von KIttzing * » G. Tessmann, 
Med. Uni vers. LUbeck, D- 24-00 Lubeck, 
W. Germany 

Recently we reported about changes of somatosen- 
soric evoked potentials (SEP) by static magnetic 
fields used in clinical n.m.r. -equipments (von Klit- 
zing et al., 1987). By further experiments we found 
increased power spectral intensity values in the 
discrete EEG-frequency bands, but only at the 
right hemisphere not at the left. The relative ener- 
gy changes are different in the frequency bano;. 
Obviously, there is a memory effect after a Itnger 
stay in a static magnetic field ( >20 mm, 0.2 T2s- 
la), because the energy values are not decreasing 
immediately. 



MP36.6 

The prrpagation of light through 
biological tissue, J. Bews*, 

S. Shalev, Manitoba Cancer Treatment 
and Research Foundation, Winnipeg, 
Canada R3E 0V9 



A detailed study or light propagation through 
biological tisFje has been carried out under 
tightly controlled experimental conditions using 
TEH, a syniHetic homogeneous material which simu- 
lates the optical properties of glandular breast 
tissue over the range 550 to 9OO nm. Experimental 
1 ight distributions were measured in TEM for two 
irradiation geometries (isotropic point source and 
isotropic planar source in an infinite medium), 
and shown to be wei! predicted by Linear Transport 
and Diffusion theories in regions distant 'rom the 
source. The parameters required to generate the 
theoretical distributions are the mean free path 
(MFP) and the scatter/actenuation coefficient (c) 
for the medium. We found that HFP for TEM varies 
from 0.206 to 0.^*95 mrr. ever the spectral range 55O 
to 900 nm, and that c is close to unity. Linear 
Transport theory was useo to demonstrate how light 
propagation through the medium depends on spectral 
variations in these parameters, and in particular 
the very critical dependence on the value of c. 
The results are interpreted in terms of the trans- 
port of light through tissue at different wavel- 
engths, and the effect of hemoglobin on the pro- 
cess. 
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MP36.7 

Microcomptskr Approach to Biomorphomeiry, 
RBereani, M.Nichdatti \ aPallotti, aPalloUi, 
P.Pettassoni, 

Department of Physicsi 40128 Bologna^ Italy. 

Stereology offers the nucroscopist a pratical metliodol* 
ogy bjr whidi parameters of structures can be Inferred} 
by calculation?} from measurements performed on sec- 
tion. In the first part a system of data acquisition based 
on conventional stereological method (Point-Coimting) 
is discussed. The morphometry program collects data 
from di^tiser and calculates area, perimeter, volume 
and statistics. 

In the second part the image processmg a Real-Time 
Video Diptiser Module for the IBM PC AT is discussed* 
The di^tised image is processed usmg a computer pro- 
gram that traceS} by algorithms of various kindj the con- 
tour of the object and extracts various features from the 
image. The advant^e of this device is that it measures 
the micrograph features with greater precision that the 
manual point counting procedures and that one tracing 
operation yields several pieces of information. The dis- 
advantage is that profile or features with density near to 
the background may be missed} so that the information 
retrieved is not representative. 



MP36.8 

THE GENERATION OF ULTRASONIC WAVES BY IONIZING 
RADIATIONS, N.A. Bail/*, University of California, 
San Diego, La Jolla, California 92093, USA 

Theories of radiation damage based on the assump- 
tion that high temperature thermal spikes were 
produced in irradiated materials date back to the 
work of Dessauer in 1923. Numerous investigations 
followed, most of which showed indirect evidence 
for the presence of localized regions of high 
temperature 

Recent physical investigations involving the detec- 
tion and measurement of ultrasonic waves associ- 
ated with the irradiation of both liquids and 
solids have shown conclusively that these result 
f^om high temperatures produced in small regions 
(1 Mw} or less). 

Calculations of temperatures and acoustic wave 
pressures for various energy depositions in dif- 
ferent size volumes will be presented. It will be 
shown that utilization of the characteristics of 
this acoustic field (amplitude, spatial and time 
distributions, frequency characteristics, etc.) 
will yield the ionization energy deposited, the 
direction of its development, track width (for 
charged particles), and spatial distribution of 
delta rays. 



MP36.9 

Comparative study of the effects of differents 
insulines administrated by iontophoresis tec- 
nics.J.Bustelo* M.J.Medialdea and F.Vilaplana 
Avd. dela Marina, 3-5.11007 CADIZ/i:SPAf5A. 

The present paper treat of comparative study 
in rabbits, of the effects of differents in- 
sulins administrated by iontophoresis tecnic 
s. the objetives of this investigation try - 
to evaluate wich type of insulin is the best 
capable for this percutaneus application. Sp£ 
cifically were developed the following expe- 
riments: 

1. Archive that the insulin pass through the 
skin "in Vi\»o" without it losing i^-s biologi^ 
cal activity, using an electrical field. 

2. To extend its activity. 

3. To ratiobalise the time of insulin aamini£ 
tration. 

A study was carried out on a group of 125 - 
rabbits "in vivo". Were determinate the valu- 
es of glycemia after the insulin aplication 
by ipeans of iontophoresi.5 during 30 minutes. 



MP36.10 

Clinical Measurements of Trabecular Bone Mineral 
Density in a Normal Population, and in a group 
of Osteoporotics, using the Ratio of coherent to 
Compton Scattered Photons in the calcaneus; 
M.A* Greenfield, J«D« Craven* and S* Shukla, 
University of California, Los Angeles, 
California, USA* 

Trabecular bone mineral density (TBMD) is 
obtained in the calcaneus by measuring the ratio 
of coherent to Compton scattered photons 
produced by a collimated beam of 60KeV photons 
from an Am-241 source (4A«4-GBq) with a 
scattering angle of 71° and a highly collimated 
solid state Ge detector* Calibration standards 
are comprised of varying amounts of ground bone 
mixed homogeneously in a volume of petrolatum* 
The method has an absolute accuracy of 5%, and 
has a reproducibility of 3*4%* To date 
measurements have been made on 87 normal males 
(ages 22-77) with a mean TBMD = 274 mg/cc 
(SD»46), and on 240 normal females (ages 18-85) 
with a mean TBMD ^ 250 mg/cc (SD«40). In 
striking contrast the TBMD of 20 male and 9 
female paraplegics are 162 mg/cc (SD=56) and 138 
mg/cc (SD«=30) respectively. The TBMD of a group 
of 25 osteoporotic females is 189 mg/cc (SD=33)* 
Comparisons of tVese findings will be made with 
conventional Quactitativ'-; Computed Tomography 
(QCT) and Dual Phvton Absorptiometry (DPA)* 
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MP36.il 

Is Passive Microwave Radiometry (PHR) 
a Medically Useful Diagnostic Tool? 
^•H» Behrman*, and E»S. Sternick, 
Tufts-New England Medical Center, 
Boston, MA 02111 

Biological systems emit thermally generated 
electromagnetic energy at all frequencies. In 
the microwave region, the intensity of this 
radiation is directly proportional to the absol- 
ute temperature of the emitting tissue. Since 
inflamed tissue, some malignant tumors, and 
organs with high metabolic rates have slightly 
highor teni|)eratures than surrounding tissue, ex- 
temal measurements of microwave emissions could 
indicate the presence of underlying disease. 
Whether this technique will prove useful, 
depends upon a variety of parameters which 
include the temperature discrimination and 
spatial resolution of the microwave radiometer, 
tissue thicknesses, and the frequency of the 
microwaves being detected. Using two independent 
t'leo ^tical approaches we have carried out 
detailed calculations of microwave emissions 
from several types of layered biological tissue 
interfaced with direct and remote sensing radio- 
meters to investigate these factors. Our results 
indicate that PHR is a promising diagnostic tool 
for a number of medical applications. 



KP36.12 

Computed Miarotomogmphy with Synchrotron 
Radiation from the X-2$C Beam Line at the 
National Synchrotron Light Source* 
P. Spanne* and M.L. Rivers+,*Radiation 
Physics Dep. ,Link6ping University, S-58185 
Linkoping, Sweden, ■'"Dep. Applied Science, 
Brookhaven National Laboratory, Upton, N.Y. 
11973, USA 

The very high X-ray photon f luence rates available 
at synchrotron radiation sources now makes com- 
puted microtomography with spatial resolution in 
the Jim-range possible. Experiments at the X-26C 
microprobe beam line at the National Synchrotron 
Light source at Brookhaven National laboratory 
have yielded images with spatial resolution dovnfi 
to about 20 \xm and show the potential to improve 
the resolution down to at least 1 }im in imaging 
small dead objects. This creates a new microscopy 
method for imaging microstrdctures in tissue 
samples. Since no cht-jiical preparation is required 
such a development will for the first time make 
possible non-destructive studies of tissues. 
Calculations show that CT imaging of small 
laboratory animals can be done without inducing 
radiation injury at 50 Mm spatial resolution. By 
use of a line-shaped radiation beam, a photodiode 
array detector, and CAMAC acquisition modules, an 
image can be obtained in about a minute. 

Research supported by NIH USPHS Fellowship FO- 
TW03735, RR01838,D0E DE-AC02-76CH00016, MFR 7557 



MP36.13 

A Methoa for Removing Prolongation of 
Mean Transit Time due to Response Time, 
M.Arakawa* K.Kambara, T.Segawa, 

H.iMiyazaki, F.Ando ana S.Hirakawa, Gifu 
University School of i-leaicine,40,TsuKasci- 
rnachijGifu 500, Japan. 



Tne response time of tne indicator 
detecting system distorts dilution curve 
and prolongs mean transit tims(MTT). in 
the thermal-dye technique fur measurin^^ 
lung water, correcting inethod for ap- 
parent prolong?tion of mTT associated 
with response time is unsettled. We 
obtained step function response curves of 
5 different thermodilution systems ana 
measured mean response uimes(MRT). Using 
model witn flow loop system fillea witn 
warmed 0.9% saline solution that is 
circulated at 6 different flow rates, we 
simultaneously obtained a pair of thermo- 
dilution curves from a pair of thermodi- 
lution systems both positioned at tne 
oame place. Multiple combinations of 
thermodilution systems and flow rates are 
made. Differences of MTTs(JHTT,y) yieidea 
a close approximatlcn of differences of 
MRTS( ziMRT,x), y=1.07x-0.04 (r=0.95, 
n=72). Therefore, we can remove apparent 
prolongation of MTT by subtracting MRT 
from MTT» 



MP36.14 

Fluid Therapy Consultation System(FLUIDEX) 

Shoichiro Hara^and Toshiyuki Furukawa 

Institute of Medical Electronics, 
Faculty of Medicine, University of Tokyo, 
7-3-1 Hongo> Bunkyo-ku, Tokyo 113 

FLUIDEX is an expert system which can help in 
the diagnosis of fluid imbalance of the patient 
as well as recomcend the optimal prescription 
for the infusion therapy. The characteristics of 
the system are: (l) a hierarchical inference 
engine which acts like a filter to select the 
most appropriate hypotheses from those initially 
generated; (2) a knowledge base which can 
Convert qualitative characteristics of the 
patient into quantitative ones or compensate 
deficit data; and (3) a simulation model of the 
electrolytes and water metabolism. FLUIDEX* s 
evaluation using actual patients has 
demonstrated its usefulness in the medical 
environment. 

FLUIDEX can not oaly propose the diagnosis 
and prescription, but also offer simulation 
facilities which are able to trace its 
diagnostic process using its input data and give 
computer-aided instruction of fluid therapy. 

1C8 



1988 World Congress on Medical Physics and Bic*nedical Engineering • Srn Antonio, Texas 



Medical Physics ScientiHc Papers 



MP36.15 

Biological Soft X-rav Contact Microscopy: A New 
Look at the Llvlnp Cell , G. D. Guttmann, Center 
for X-ray Optics, Lawrence Berkeley Laboratory, 
Berkeley, CA 94720, U.S.A. 

Within the past decade, several technological 
advances have contributed to the increased success 
of imaging living cells by soft x-ray microscopy. 
The easiest approach to this technique Is the 
contact method, which Is analogous to x-ray 
lithography. The contrast mechanism Is due to 
absorption at the carbon and nitrogen K ed^es. 
The region of Interest, also known as the "water 
window", is 23.6 A <A<AA.8 A. Advances in 
materials have brought the St^lfi^ vacuum window and 
x-ray sensitive polymers Into use In i»oft x-ray 
microscopy. The Si3N4 vacuum windows used In the 
sample chamber Isolate the cells from the vacuum 
but still p.llow x-rays to pass. X-ray sensitive 
polymers, such as polymethylmethacrylate (PMMA) , 
have a resolution of -50 A when exposed to x-rays 
with a wavelength of 25 A. This Is a considerable 
improvement in resolution over films that were 
used more than 20 years ago. New x-ray sources, 
such as high Intensity synchrotrons and plasma 
sources, have opened the possibility of imaging 
the living cell "instantaneously". These 
improvements have made soft x-ray contact 
microscopy a viable technique for imaging living 
cells. Sample Images will be shown. This 
research Is supported by the U. S. Department of 
Energy under Contract No. DE-AC03-76-SF00098. 



MP36.16 

Triple-Pulsed X-ray Generator Having Variable 
Spectra, E. Sato*, H. Isobe and T. Yanagisawa, 
Department of Physics, Iwate Medical University, 
3-16-1 Honcho-dori, Morioka 020, Japan 

The construction and the fundamental studies for 
the triple-pulsed x-ray generator having variable 
spectra for biomedical radiography are described. 
This generator consisted of the following compo- 
nents: a high-voltage generating unit, a voltage 
divider unit, three high-voltftge pulsers, a 
triple-parallel impulse switching system, a high- 
power gas diode having three terminals, a turbo 
molecular pump, and three x-ray tubes having cold 
cathodes. The x-ray tubes were of the demountable 
diode tyj*e and were connected to a turbo molecular 
pump which allows operation at pressures of less 
than 1x10"' Pa. For the single-tube generator, the 
pulsers were charged to the same or different 
voltages of less than lOOkV by using a ^oltage 
divider unit and were connected to the x-'^ay tube 
through a high-power gas diode using SFe . ^^jT the 
triple-tube generator, since three pulsers were 
connected directly to the tubes without a diode, 
three x-ray outputs could be obtained simultane- 
ously. The minimun^ time interval for ^Me single- 
tube type was about JOOps, and the pulse width 
ranged from 100 to 300ns. The x-ray quality (aver- 
age spectrum distribution) became hard according 
to increases in the charging voltage and the 
thickness of metal filters outside of the x-ray 
window. 



MP36.17 

Concepts of viscoelasticity 
and thixotropy of blood . 

J.C. LELIEVRE*and C. LACOMBE. 
Unite de Blorheologie, CHU Pitle-Salpetriere, 
91 Bd de I'Hopital, 75013 Pans, France. 



At a normal hematcx:rit, blood is a 
thixo tropic gel . At rest, this gel exhibits 
viscoelastic and plastic behaviors. 

First, one indicates the principles which 
underlie the general fo^'mulation ot the 
constitutive law of thixoti^^pic fluids. 

Then, one precises the experimental r.ethods 
which are most suitable for characterizing 
this law (hysteresis loops method, step 
method). Different exannpl^s of tnixotropic 
behavior are presented (blood, fuel oil, Na- 
bentonit, etc). Theoretical metliods are 
briefly discussed. These methods lead one to 
consider elastothixotropy as non-lmear 
viscoelasticity. 

Finally, examples of experimental set-up are 
given and related difficulties are discussed. 
Applications to blood and to red cell 
suspensions are indicated and discussed in 
terms of RBC aggregation. 



MP36.18 

A study of Photo-Nuclear Reactions in 
Tissue, P.D.Allen, M.A.Chaudhri*, 

Australian Radiation Laboratory and 
Austin Hospital, Melbourne, Australia. 

The total yield of pho toneu t rons from 
soft-tissue equivalent material, 

irradia'ied with br emss t rahlung of end 
point energy from 6 Mev to 28 Mev, has 
been measured using the 35 MeV University 
of Melbourne Betatron and a 47r Halpern- 
type neutron detector. The results are 
compared with calculations based on the 
cross-sections for neutron production of 
constituent elements of tissue (H,C,N and 
O) . It is shown that the less common 
isotopes of the constituent elements (H- 
2, C-13, N-15, 0-17, 0-18) must be 
included to obtain agreement with the 
measured yields. The dose equivalent 
imparted to tissue by the pho toneu trons 
is estimated for the energy range from 6 
Mev to 3 0 MeV and compared to other 
measurements/es tima tiion (where 
available). Furthermore, the dose 

equivalent due to ail photonuclear 
reactions is estimated for energies of 24 
MeV and 30 Mev. 
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MP36.19 

Fluoride Determination in Bones and Teeth 
of Experimental Animals, M • A • Chaudhr i* , 
Austin Hospital and University of 
Melbourne, Melbourne, Australia, 

In a programme to study the effect of 
water fluoridation on calcified tissues, 
the F concentrations of the bones and 
teeth of experimental animals, which were 
kept on fluoridated water were determined 
by prompt activation analysis. 
Powdered bone samples were pressed into 
the grooves of the aluminium target 
holder, while whole teeth were used as 
such, for irradiation purposes. The 
sampl es and the standard were covered 
with a thin aluminium foil and 
irradiated, in turn, with 2 Mev protons 
at 20 nA intensity. The 6-7 Mev gammas 
from the F(p,o<^^)0 reaction were counted 
with a 5 X 6" inch Nal(Tl) detector, 
placed at 135 degrees to the beam 
direct ion . 

The bones of the animals who were given 
fluoridated water (250 ppm of r) for 15 
and 45 days, were found to contain about 
5 and 10 times more F than the bones of 
control animals respectively. Similarly, 
the teeth of the animal' on fluoridated 
water (2 pp of F) contained twice as 
much F as those of the control animals. 



MP36.20 

Radiographic Characteristics of a Single-Shot 
Flash X-ray Generator Having Three Types of 
Tubes, H. Isobe*, E. Sato and T. Yanagisawa, 
Deparment of Physics, Iwate Medical University, 
3-16-1 Honcho-dori, Morioka 020, Japan 



The construction anvi the radiographic character- 
istics for a single-shot type of high intensity 
flash x-ray (FX) generator is described. This 
generator consisted of the following components: a 
control board, two high-voltage power supplies for 
positive and negative voltages, a high-voltage 
coaxial oil condenser of 120kV-0.2pF, a gas gap 
switch with a high current capacity of about 
lOOkA, a low impedance coaxial transmissio.. line, 
and three types of FX tubes, each of a different 
type. The electric charge stored by the condenser 
was discharged to the FX tube when the gap switch 
was closed. For the Type A tube, a conical anode 
and cathode electrode were employed in order to 
obtain a smaller locus of less than 0.5mm in diam- 
eter and to change the beam quality according to 
changes in the anode-cathode space. The Type B 
tube utilized a conical anode and a ring cathode 
for obtaining a higher intensity and a wider ener- 
gy spectrui distribution. The Type C tube could 
produce slightly hard FX by permeating this 
radiation through various kinds of foil anodes. 
The cathode electrode was changed to either a 
conical or a pipe shape according to the radio- 
graphic objectives. 



MP36.21 

A High-Speed Radiographic System Utilizing 
A New-Low Impedance Flash X-ray Generator, 
S. Kawasaki*, E. Sato, H. Isobe and 
T. Yanagisawa, Department of Physics, Iwate 
Medical University, 3-16-1 Honcho-dori, 
Horioka 020, Japan 



MP36.22 

A High-Frequency Field-Emission X-ray Source 
for Soft Radiography, E* Sato*, S. Kawasaki, 
H. Isobe, J. Takahashi, Y. Yasuda, H. Arima, 
T. Akitsu, S. Oikawa and T. Yan'3isawa, 
Department of Physics, Iwate Medical University, 
3-16-1 Honcho-dori, Morioka 020, Japan 



A high-speed radiographic system utilizing a new 
type of single-shot flash x-ray generator with 
exposure times of about Ips is described. This 
system was constructed in order to analyze the 
high-speed motion of biomedical objects and 
consisted of the following components; two types 
of delay switches, a delayed pulse generc»tor, a 
digital radiography (CR) , and a flash x-ray 
generator developed by the authors. The flash x- 
ray generator consisted of the following compo- 
nents: a high-voltage generator, a high-voltage 
pulser, a vacuum pump, and a combined remote x-ray 
tube with two sets of anode and cathode elec- 
trodes. When the radiographic object trigge- ?d 
the delay switch, a short electric pulse was 
produced and transmitted to the delayed pulse 
generator. An accurate delayed flash x-ray was 
produced when the delayed j^ulse was transmitted to 
the high-speed impulse switching system inside of 
the high-voltage pulser. Next, when the radiogra- 
phic object was exposed to the controlled x-ray 
under the optimum radiographic conditions, the 
permeating x-rays produced the digital image. 



A field-emission x-ray source for soft biomedical 
radiography is describee . This x-ray source was 
constructed in order to obtain a higher dose rate 
using a cold cathode x-ray tube without a tungsten 
filament* This x-ray source consisted of the 
following essential components: a DC-AC converter 
with an output voltage of 1 to lOkV and a, rec- 
tangular AC frequency of 2-20kHz , a Cockcrof t 
circuit, a field emission x-ray tube with a rod 
anode and a ri»ig cathode, and a vacuum pump. The 
tube v^oltage and the current were determined by 
the output voltage of the Cockcro.rt circuit and 
the circuit resistance of the discharge line. The 
spectrum distribution primarily varied according 
to the tube voltage and the anode material. The 
effective focal spot size was determined by the 
diameter of the anode rod and ranged from 0.5 to 
3.0mm in diameter. The electric wave form of the 
tube voltage, the tube current, and the x-ray 
output displayed a high frequency ripple corre- 
sponding to the A-C frequency, but the deviation 
of twc x-ray intensity was a only few percent. 
Various kinds of soft radiographs were obtained by 
controlling the radiographic conditions. 
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Investigations on Developing Mouse Testis after 
an intrauterine Low-Level Tritiated Water (HTO) 
Exposure. Sangeeta Pareek*and A-L. Bhatia, Depart- 
ment of Zoology, University of Rajasthan, Jaipur - 
302 004, India 

Tritium, a radionuclide of hydrogen, may emerge as 
a major radiopollutant of prime concern from the 
view point of health hazards. It is also used in 
tracer study for the determination of total body 
water. The incorporation of tritium in the gene- 
tic constituents (DNA) is of prime concern since 
its turnover is expected only in the event of cell 
death. An attempt has been made in the present 
study to evaluate the changes in total choleste- 
rol, protein and DNA content in the postnatal ly 
developing mouse (at 4 and 6 v^-eeks) testis under 
a continuous tritiated exposure at the dose level 
of 0.3yuCi (n.l kBq) andS.O/uCi (111 kBq)/ml of 
drinking water from gestation day 18. Cholesterol 
content increased significantly at both the dose 
levels. Protein concentration, how- er, decreased 
after irradiation. DNA content increased at 4 
v/eeks , but did not show any significant change at 
6 weeks after the exposure at both the doses. 
Besides this, the behaviour of spermatogenic cell 
populations viz . Spermatogonia A,I,B; Spermato- 
cytes R,L,Z,P and Spermatids have al^o been eva- 
luated. Results will be discussed in the light of 
metabolism of tritium vrith special reference to 
testis* 



MP36.24 

Neurochemical Studies on Developing Mouse Brain 
under continuous tritiated (HTO) exposure frcm 
17th day in utero. A.L. Bhatia* and Sangeeta 
Pareek, Department of Zooloqy, University of 
Rajasthan, Jaipur - 302 004, India. 

The effects of low doses of tritiated water on the 
neurobiological system have not been sufficiently 
explored, though it has been demonstrated that 
after a protrated HTO-exposure, tritium (-^H) is 
retained in larger amounts for longer duration in 
mouse brain. F^sent study is an attempt to evalu- 
ate the total cholesterol, glycogen and phospho- 
lipid of the brain during postnatal development 
under a continuous tritiated exposure at the dose 
level 0.3 /uCi (11.1 kBq)/ml. of drinking water 
from gestation day 17. Cholesterol level showed 
a deficit by 20.92% at \ week which gradually in- 
creased and reached at peak level by 3rd week of 
age. Thereafter it decreased and achieved a steady 
state after 4 weeks approximately 27.0% below the 
control value. An elevated level of glycogen 
content was marked till 5th week £.p_^ which dec- 
reased at 6th week of age. Phospholipid level was 
found decreased in all the studied age groups 
which was pronounced at the early intervals ( 1- 
3 weeks). The results will be discussed in the 
light of tritium incorporation and metabolism of 
various neurochemical constituents. 



MP37.1 

HOLOSPECTRAL IMAGING IN NUCLEAR 
MEDICINE. D. Gagnon- Montreal Heart 
Institute, Montreal, QC, Canada. 

Holospectral Imaging (HI) is a novel approach to 
digital image processing in nuclear medicine to 
eliminate contamination resulting from Compton 
scattering. The method requires that the enercv 
information is made available for all photons, 
irrespective to their primary or scatter chara**- 
teristics. Prom the HI data, a set of frames 
representing images a*' different energies is 
created which allowi. . ^r a multidimensional 
description of the imaging processes. In fact, by 
multivariate analysis, the original data can be 
transformed into a series of eigenimages and 
eigenvalues that made passible the distinction of 
the specific contribution to the image of both 
unseat tered and scattered photons, and noise. The 
first eigen image corresponding to the unseat tered 
image, and the second the image of what cannot be 
explained by the first namely, the scattered 
image. The image of the Poisson noise, unstruc- 
tured by definition, is represent by smaller 
eigen image. A filtering process can be performed 
then to reduce the scattered contribution. 
Some holospectral images, from computer simula- 
tion, phantom and from patient, will be presented 
and interpreted with the multidimensional 
language. Preliminary results of the Compton 
removal capabilities will also be shown. 



MP37.2 

Chest-Imaging Using 
Self-Scanning Linear Diode Arrays. 
D Sashin*, BS Slasky. University of 
Pittsburgh, Pittsburgh, PA, 15261, USA 

A high detail diode array digital chest unit hc»s 
been developed which produces digital Images ha 
ing a matrix of 2356 x 2000 pixels with a 14 x 16" 
field of view. This technique achieves high de- 
tail through the use of self-scannlii^ linear diode 
arrays (102A/lnrh) that have a wi<jle dynamic range 
and high spatial resolution, which separates this 
method from other digital radiographic techniques. 
A very significant feature of our system Is the 
rejection of scattered radiation because of the 
fan geometry* resulting In Increased contrast sen- 
sitivity at a lower radiation dose (5 and 10 mR 
for PA and lateral views, respectively) than that 
obtained by area Imaging techniques. The entire 
Image of the chest Is recorded In less than 2 sec- 
onds with an exposure time of less than 3 ms. The 
present machine upgrades our previous model: a) 
the x-ray tube and detector assembly is moved; b) 
erect imaging can be taken; c) the field of view 
has been Increased; d) the matrix size has been 
greatly expanded; and e) a higher resolution rare 
earth phosphor screen. After reconstruction, 
the Images are digitally processed to Improve 
Image quality. 
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MP37,.3 

Optical I mage Processiry with Liquid-Crystal Display 
fo^. I mage Intensifier/Television (II/TV) Systpm^ 
Dynamic Range Compression and SignaHo-Noise 
Mii2JM£2V£IIien^ K. L. Lam*, H.-P. Chan, Dof7 
Kurt Rossmann Lab. for RadioU Image Research, Dept. 
of Radiology, Univ. of Chicago, Chicago, IL 60637 

We are developing an optical image processing 
(OIP) dfivice usiag a liquid-crystal display (LCD) to 
modify the transfer characteristic of an II/TV imaging 
system and to perform unsharp masking on the output 
image ftom the II. The LCD which is driven at TV 
frame rate is placed in the optical path between the II 
and the TV camera, and is displaced from the focal 
plane of the optical system in order to blur the 
displayed mask imagp. By controlling the transmit- 
tance of the LCD according to the output image from 
the II, we can compress the dynamic range of the 
image detected by the TV camera. Our experimental 
results demonstrated that compressing the dynamic 
range of low-quantum-noise image with the OIP device 
improves the signal- to-noise ratio of the detected 
image. Furthermore, by an appropriate modification 
of the transfer characteristic, the detective quantum 
efficiency over the entire image can be maintained at 
the level of the high-exposure area of the image. 

Supported by USPHS Grant (NIRA) HL 36238, The 
Whitaker Foundation, and USPHS Grant CA ?4806. 



MP37.4 

On the automatic assessment of Image Quality in 
Digital Subtraction Angiogra^y 
C.H.Slunqp, Philips" and picker Medical Systems, 
Eindhoven, the Netherlands. 

Ihe iitportant image quality parameters in DSA are: 
^spatial, (low-) contrast and temporal resolution, 
-urthennore contrast and spatial uniformity, 
contrast linearity, subtraction artefacts, 
radiation exposure levels and noise. 
The image quality perfonnance is usually evaluated 
non-invasively by means of eppropriate phantoms. 
Hhe pertinent images are then visually inspected. 
Resolution test pattern images (line-pairs per 
millimeter) and contrast-detail (C-d) images are 
famous for their inter- and intra-observer 
fluctuations in measured values. 
The automatic i.e. the observer independent 
assessment of the image quality parameters from 
the phantran images has great advantages for 
quality assurance programs. The ease of such a 
procedure for routine checks, and the 
possibilities for additional computer aided tests 
(expert system search trees) in case of 
malfunctioning may also have its inpact on remote 
serviceability. 

As example of the above approach the presentation 
will focus on the automatic evaluation of the DSA 
system's low-contrast resolution. The procedure 
is based on signal-detection theory and image 
processing, a test-statistic is calculated v^ich 
indicates the likelihood of the presence of a 
certain contrast at specified false alarm and 
"miss" probabilities. 



MP37.5 

Large Field K-edge Subtraction System for 
Coronary Angiography using Synchrotron Radi- 
ation III: High Speed Aquisition of Video 
Images for the Energies above and below K-edge 
K.NlshlmurariK.Hyodo,R.Hosaka,M.Ando,F,Toyofuku, 
M.Aklsada/J.Hasegawa,E.Takenaka,Saitaina Medical 
Schoo 1 , Moroyama , I r uma , Sal tama , Japan 

We are developing a Image aquisition system for 
K-edge subtraction coronary angiography using 
I.I. and video cameras. To obtain s K-edge sub- 
traction Image of moving coronary vessels\s 
a quasi still Image, the energy must be changed 
rapidly in the order of a few msec. Because 
the two images appear in the output screen of 
I.I. subsequently within a few msec, the Images 
cannot be stored in different TV fields but in 
a same TV field by a conventional method. 
To solve this difficulties we designed the system 
consisting of a half mirror, a couple of video 
camera with optical shutters which were made 
from PLZT. The optical output of I.I. was divided 
into two directions by the half mirror. Tue 
shutters can be made open and close by applying 
a voltage to t'lem. with proper timing signals, 
a video camera can see only the image above the 
K-edge and the other can see only ^he image below 
the K-edge. Blanking technique WcS used to avoid 
the adverse effect caused by simultaneous i^rltlng 
and reading of video signal on a video camera. 
The shutter were found suitable for our purpose 
with respect to response time and dynamic range. 



MP37.6 

FAST AUTOMATIC VESSEL TRACING AND STENOSIS 
EVALUATION IN DIGITAL SUBTRACTION ANGIOGRAPHY 
USING SPECIAL PROCESSORS AND PARALLEL ALGORITHMS. 

K. Barth: U. Bittner, B. Eicker, p, Marhoff, 
SIEMENS AKTIENGESELLSCHAFT, Med. Engineering Group, 
Henkestr. 127, D-8520 ERLANGEN, West Germany 

In the last years fully digital angiographic 
imaging systems at high resolution have besn Intro- 
w*^ ^-.j.**j.^a-. «i/j^a.jL^ttui^>*i. liacrjLX sizes or upto 
1024 pixels squered and amplitude discrimination 
with 8 to 10 Bits are available as a standard now. 
This opens a new perspective for quantitative 
assessment of fine image structures like stenotic 
lesions of the coronary arteries. However, the 
algorithms known from previous systems with cine- 
film quantitation or with lower resolution have t«^ 
be basically revised and Improved with respect to 
accuracy and speed of computation. Research on the 
best way for automatic tracing of vessel center- 
lines and subsequent border calculation has been 
carried out in this laboratory Investigation. This 
has lead to refined kernel design for the tasks of 
vessel detection and geometric or densitometric 
measurement. Globally correct performance is 
achieved with dynamic programming on the basis of a 
minimal cost algorithm. Filtering including median 
filtering and kernel convolution has been imple- 
mented vft special hardware, mostly with parallel 
algorithms, providing fast computation even at the 
la^g^^atrix size. 
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MP37.7 

Topological Image Compression ^ H. Riml* 
McGill University, Montreal H3A 2B4, Canada 

Digital images typically contain one megabyte of 
data. The storage and transmission of such large 
data sets strain the capacity of current tech- 
nology. Thus there is need to exploit structural 
properties of these data sets in any attempt to 
compress them. We present: 

1) A FRAMEWORK which allows a classification of 
traditional approaches to image compression, and 
arising from this framework 

2) A new technique called TOPOLOGICAL IMAGE COM- 
PRESSION, It uses homeomorphisms ("rubber-sheet- 
ing" transformations) on both geometrical and 
brightness information of a '^reference image" so 
that it becomes identical to the "target image". 

3) An ALGORITHM which implements topological 
image compression 

4) ; preliminary analysis of the EFFECTIVENESS 
of the algorithm for radiological images, which 
shows that tor this very specific application 
the algorithm outperforms all others by at least 
an order of magnitude 

5) A demonstration that a failure of the algo- 
rithm to work for "reasonable" distortion coef- 
ficients is a strong indicator of potential medi 
cal lesions. In this "MASKLESS SUBTRACTION RADI- 
OLOGY" the distorted reference image becomes the 
mask image for the target image, and the differ- 
ence between them the potential lesion. 



MP37.8 

Minimizing Artifacts In Eigenimage Filtering (1) 
J. P. Windham* D.A. Reimann and D,0, Hearshen, 
Henry Ford Hospital, Detroit, Michigan 48202, 

Eigenimage filtering is a linear filter whi ch 
produces a composite image from a sequence of 
images in which a desired feature is suppressed. 
A potential source of error in the interpretation 
of filtered images are projection artifacts. 
Projv-^ction artifacts arc the result that any 
pixel vector may be represented as a linear 
combination of the cesired and interfering 
signature vectors, and a specific vector which is 
orthogonal to the subspace, R(d,u) containing the 
desired and interfering signature vectors. That 
componen t of the pixel vector parallel to the 
desired signature vector will be projected into 
the filtered image, and represents real 
information or is an artifact. A method which 
minimizes artifacts has been developed. This 
method determines a vector which is orthogonal to 
the subspace, R(d,u), This vector is used to form 
a filtered image that contains only those pixels 
whose pixel vectors have a component orthogonal 
to the subspace, R(d,u), This image is used to 
form a mask image. Any pixels contained in the 
mask image are not retained in the filtered image 
since they may represent an artefact. The 
technique is demonstrated for simulated and 
Magnetic Resonance Image sequences, 

(1) J. P, Windham, et al, "Eigenimage Filtering 
in MR Imaging", JCAT 12 (1): 1-9, Jan, /Feb., 1988 



MP37,9 

Digital Subtraction Angiography Using an 
Efficient Method for Scatter Rejection, 
D. Plenkovich*, Department of Radiology, 
Tulane Medi'-Jil Center, New Orleans, LA 

Scattered x-ray radiation and veiling glare 
reduce contrast and signal-to-noise ratio 
in digital subtraction angiography. The use 
of grids is trade-off between lesser amount 
of scatter and reduction in the percentage 
of detectecl primary radiation, thereby in- 
creasing patient exposure. Grids, air gaps, 
and paired scanning slits are not effective 
against veiling glare because veiling glare 
occurs after radiation has passed through 
any of this antiscatter devices. Highly ef- 
ficient rejection of both x-ray scatter and 
veiling glare is achieved using multiple 
scanning fore slits and computer algorithm 
which keeps only portion of each digitized 
image in th^. projection of the slits. The 
resultant image is obtained adding a series 
of slit Images together. Digital subtrac- 
tion angiography of a dog was performed 
using 8:1 grid and combination of same grid 
and scanning-slit method. Visualization of 
small blood vessels is better in the slit- 
plus-grid image due to superior rejection 
of sc£*tter and veiling glare. The digital 
scanning-slit technique increases the sig- 
nal-to-noise ratio in subtracted image of a 
20-cm-thick polystyrene phantom by 50%. 
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MP38.1 

ISODOSE AND ISOEFFECT DISTRIBUTION 
FOR BRACHYTHERAPEUTIC TREATMENT 
PLANNING OPTIMIZATION, A.M. Di Nallo*, 
L. Begnozzi, L. D'Angelo and M. Benas- 
si, Regina Elena National Cancer 
Institute, Rome, Italy. 

To improve tne tnerapeutic ratio and to 
reduce late effects in critical organs a 
treatment planning optimization is 
needed. Tumor control probability and 
complications depend on radiobiological 
and physical factors. An attempt to 
represent tne effect due to tnese fac- 
tors Has been done; since simple dose 
computations (Gy) are not suitable, 
particularly for combined modality 
treatments, wnere intracavitary irradia- 
tion is used witn external beams, an 
optimized treatment is possible only 
calculating tne "biological effect". 
A coipputerized program wliicn worKs on a 
PDPii/34 and on an IBM compatible PC nas 
been created. It determines isodose and 
isoeffect distributions for Hign dose 
rate bracny tnerapeutic sources. Treat- 
ment parameters are of maximal importan- 
ce because of possible complications in 
critical organs observed witn nign dose 
rate irradiation tecnnique. 
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MP38.2 • 

A Critical Comparison of High and Low 
Dose Rate Remote Af terloading, Colin G. 
Orton , Gershenson Radiation Oncology 
Center, Harper-Grace Hospital s/W^^ae 
State University, Detroit, MI 48201 

. ^"^"^^^ interest in high dose 

rate (HDR) remote afterloading and the availa- 
bility of HDR equipment make it important to cri- 

™^ techniques with the low dose 
rate (LDR) treatments they are replacing. Even 
though the HDR modality has been used for many 
years to treat a variety of diseases, little 
experience has been gained with these techniques 
compared with conventional LDR brachytherapy . 
Hence there is a reluctance on the part of many 
radiotherapists to even consider adoption of this 
new technology unless convincing evidence can be 
given to show that it represents an improvement. 

In this paper a critical comparison has been 
made between these two modalities of radio- 
therapy, taking into account both physical and 
biological considerations and, if available, 
clinical results. In order to quantitate any 
potential benefits derived by conversion the 
HDR technique, a term therapeutic advantage is 
Proposed. Values of the therapeutic advantage 
have been calculated using various bio-effect 
dose models and these show that significant 
advantages can be achieved if the HDR treatments 
are sufficiently fractionated. 



MP38.3 

REPLACEMENT CORRECTION FACTOR IN BRACHYTHERAPY 
PHOTO.W DOSIMETRY BY IONIZATION CHAMBERS, 
G.Arcovito*, A.Pierraattei , P.Andreasi-Bassi - 
Medical School, Catholic University, Rome, Italy 

A correction factor for absorbed dose raeasure- 
raents by raeans of ion chambers at distances-to- 
source of the same order of chambers' dimensions, 
as in phantom dosimetry of brachitherapy sources, 
roust be determined to account for effects due 
both to the replacement of phantom material by 
cavity air and to finite size of ion chambers. 
We report measurements by four commercially 
available ion chambers made m phantom, at 
distances ranging between Icra and lOcra from a 
192Ir point source of 2mm m diameter and Iram in 
height. Absorbed dose values were obtained frora 
ion chamber readings using the Spencer-Att ix 
formulation without introducing correction 
factors as mentioned above. Deviat ions from 
expected dose values up to 20% were found, tfe 
present a formulation and a calculation model of 
a correction factor of chamber readings which 
resulted dependant, at the shortest distances-to- 
source, also on these distances, while at the 
farest ones it is dependent only on the chamber's 
diameter and photon enerqy. A good agreement 
between our data and results reported m the 
literature lor longest distances ^to-sourco was 
found. 



MP38.4 

Continuous Vs. Discrete Sources in the 
Paris System of Implants, J. M. Paul*, 
R. F. Koch, P. c. Philip and F. R. Khan. 
NWCH, 800 W Central Road, Arlington 
Heights, 11 60005 

Since the Pans system of interstxtial brachy- 
therapy is based on indium wires, the 
consequences resulting frotn the substitution 
of discrete x^oint sources i.n afterloading 
ribbons have been analysed by the authors 
for single ribbons, and single and biplanar 
implants. The results of this analysis show 
that the homogeneity parameters, such as; 
total activity, treatment volume, total volume 
that receives over twice the stated dose (rate), 
average dose rate, etc., for seeds with 
customary spacing of about 1 era are comparable 
to those using wires. It is also found that 
1 cm seed spacing often improves the quality 
of the implants, as measured by an oboective 
parameter called uniformity index, which takes 
into account both the dose homogeneity and 
total treatment volume within an implant. 
This paper is intended to dispel any belief, 
based on visual effect of iscJose curves around 
discrete sources, that implants with line 
sources (wires) produce better dose homogeneity. 



MP38.5 

Planning and Evaluation of Stereotaxic Brain- 
Tumor Implants of 1-125 Seeds, t.t. Anderson*, 
A.D. Osian and P.B. Sher, Memorial Sloan- 
Kettering Cancer Center, New York, NY 10021. 

An approach to planning stereotaxic 1-125 
brachytherapy of brain tumors has been devel- 
oped which involves least-squares optimization 
of single-seed tube positions within the tar- 
get contour, followed by a combining of seeds 
from neighboring tubes in order to reduce the 
total number of tubes. Seed orientation, which 
must be specified to include dose anisotropy, 
is controlled by having all tubes emanate from 
an extra-cranial virtual entry point. Typi- 
cally, a standard deviation of 12-15% achieved 
among target-contour (CT enhancement margin) 
points for single-seed optimization is 
increased to 15-20% in the final multi-seed 
tube configuration. Dose evaluation from 
post-imp ''ant CT images makes use of tube-air 
as we) J as seed iniage data artd may involve 
tran?:£ormation of achieved seed locations 
back to pre-implant scans on the basis of 
specified anatomical points within the head. 
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MP38.6 

Theoretical Evaluation of Dose Distributions in 
Water about models 6711 and 6702 '^^I SeedsT 
J.F, Williamson' and F.J. Quintero, Dept. of Rad. 
Oncologyt Univ. of Arizona, Tucson, AZ 85724. 

We have used the Monte Carlo method to calculate 
the two-dimensional dose distributions about the 
models 6711 and 6702 seeds from first principles. 
Our code models the detailed internal structure of 
the sources as well as photon absorption and 
multiple scattering In the medium. At distances 
of 2 cm to 5 cm, our calculated data are in 
excellent agreement with the measurements of Ling' 
and Schell^. In contrast to their results, which 
were limited to distances greater than 5 mm, we 
report artifact-free dose estimates for distances 
ranging from 0.1 cm to 7.5. A truncated Fourier 
series is used to describe the Monte Carlo data in 
terms of a small number of measured coefficients 
allowing our data to be accurately reproduced for 
treatment planning purposes. A limited set of 
experimental data was found to be very useful in 
optimitizing and validating the geometric model 
assumed by our calculations in the absence of a 
sufficiently precise description of the seed 
structure. These validated geometric models can 
be used with confidence to investigate more 
complex phonomena such as the dosimetry of eye 
plaques or of tissue heterogeneities. 

' Med Phys 12; 652-655. ^ Int J Radiat Oncol Biol 
Phys 13: 795-799. 



MP38.7 

Interseed Effects on Pose for T^125 and 
Ir-192 Implants , All Meigooni*, Jerome 
Meli and Ravlnder Nath, Yale University 
School of Medicine, Dept. of Therapeutic 
Radiology, 333 Cedar St., New Haven, CT, 
06510, U.S.A. 

In brachy therapy treatment planning, dose 
at a point is calculated as the sum of the 
dose contributed by each individual source 
in a uniform medium. However, a typical implant 
has many sources close to each other, so that 
primary and scattered radiation from one source 
reaching a point could be affected by the 
presence of the other sources. Importance of 
this interseed effect was evaluated for two 
different raultiseed configurations In a solid 
wacer phantom: a) for 3 1-125 (Model 6702) 
seeds, aligned with their longitudinal axes 
coincident, it was found that the dose along the 
axis of th(! seeds equals the sum of the doses 
from the Individual seeds-* However, for the 3 
seedr^ aligned with their transverse axes 
coincident, the do^'^e along the transverse axes of 
the seeds Is about S% lower than the sum of the 
dosfcS from the individual seeds; b) for a 2-plane 
implf,nt, each plane containing a 3 x 3 array of 
sources In a I cm square grid, the results show 
no interseed effect for Ir-I92 sources and a 10% 
and 20% effect for 1-125 Models 6702 and 6711 
sources, respectively. 



MP33.8 

Evaluation of Planar Ir-192 Implants 
Iblng the Three Volumetric 
Irradiation Indices, C. B. Saw* and 
N. Suntharallpgam, Departinent of 
Radiation Iherapy and Nuclear 
^fediclne, Thomas Jefferson 
Uiiversity Hospital, fhiladelphia, 
PA 19107 

11^ clinical approach for interstitial implants 
usually is an attempt to deliver a specified dose 
rate, typically 1000 cGy/day, and also achieve an 
acceptable dose homogeneity in the treadnent plane 
located at the periphery of the target volune. In 
this study, planar Ir-192 lnplants configured to mset 
the desired clinical gpals are qurjntitatively 
evaluated in terms of the three volixnetrio irradiation 
indices.^ The planar lnplants are cc;*jtructed with 
ribbons arranged in parallel, comprising of either 
single or double planes. Each ilbboo is made up of 
uniform activity seeds spaced I.O cm apart. These 
lnplants are used to treat I.O, 2.0 and 2.5 cm thick 
target volunes. The irradiation Indices measure the 
effective coverage of the target volume, tlie relative 
dose honogeneity within the target volune, and the 
volute of noniHl surrounding tissues being irradiated 
above the prescribed dose. The optipjal ribbon 
spacii^ for different size Implants ai^ derived fran 
such an analysis . 

Ic. B. Saw et al., bfed Riy IJJ, 580, 1986. 



MP38.9 

Dosimetric Parameters for 1-125 and Ir-192 
Sources, K. Weaver*, C. Barnett, D. Huang, 
C. Ling, M. Schell, V. Smith, Radiation 
Oncology Department, University of 
California, San Francisco, 94143. 

One task required by an NCI Brachytherapy 
Contract was to evaluate published 
dosimetric parameters for commonly used 
brachytherapy sources . To fulfill this 
requirement we investigated Ir-192 seeds 
and two models of 1-125 seeds. 
Measuren^ents were with LiF powder in 
water-equivalent phantoms . Data were 
corrected for background, sample mass, and 
finite detector volume. Results will be 
discussed in terms of a particular dose 
parametrisaation, and will be compared to 
Monte Carlo calculations as well as 
published data. Our results agreed well 
with published data for relative 
quantities such as radial and angular dose 
dependence. Our measured value for the Ir- 
192 dose rate constant was 4.55 cGy cm^ 
mCi"l hr"l, which also was as expected. 
However the measured dose rate constants 
for 1-125 seed models 6702 and 6711 were 
1.16 and 1.05 cGy cm^ mCi"^ hr~J-, values 
well below those in general use. 

This v^ork supported by NCI Contract OM- 
57708. 
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BE1-A*1 

Channels as Enzymes. R.S. Eisenberg* Department 
of Physiology, Rush Medical College, 1750 W. 
Harrison, Chicago IL 60612, USA. 

Ionic channels are proteins embedded in biological 
membranes containing an aqueous tunnel that allows ions 
to pierce the energy oarrier of the low dielectric lipid of 
the membrane. Ionic motion is driven by the gradient of 
electrochemical potential across the membrane and 
modulated by the potential of interaction between the ion 
and the channel protein. 

It is useful to think of channels as catalysts for 
diffusion, as enzymes specialized for passive transport, as 
molecules which pose many of ihe same barriers to 
understanding as enzymes. Topics in enzymology have 
analogs n membrane biology, e.g. an enzyme's active site 
i — > the channel's pore; enzyme isolation i — ► separation of 
conductances or channels; enzyme classification < — > 
channel nomenclature; enzyme specificity < — > channel 
selectivity; enzyme activation < — ► channel modulation. 

The fundamental mechanism of channels — diffusion 
through a potential field — is more amenable to physical 
analysis than the fundamental mechanism of enzymes. A 
random walk in a potential is described by a 
Fokker-Planck equation that can be solved to give the 
rate constant of traditional state diagrams of channels. 
The predictions of these diffusion models can then be 
compared with experimental measurements of open 
channel current under a variety of conditions. 



BE1-A.2 

STRUCTORE AND FUNCTION OF MEMBRANE CHANNELS* C3iEM- 
ISTRY AT TOE SINSLE MOLECULE LEVEL- Olaf S- 
An<3ersen* and Roger E. Koeppe II. Dept. Physiol. 
Biophys.. Cornell Univ. Med. Coll., New York. NY 
10021, and Dept. Chem. Biochem. . Univ. Arkansas, 
Fayetteville, AR 72701. 

Ihe function of transmeirfbrane channels is 
determined by the amino acid sequence of the chan- 
nel-forming proteins and by the three-dinensional 
folding of the sequence in the ro^rane. But it is 
not obvious how functional properties of membrane 
channels should be predicted from chemical and 
structural data. To obtain information on this 
problem, we have used channels formed by the 
linear gramicidins to examine how the function of 
a channel is affected by alterations in the chan- 
nel-forming peptide sequences. The gramicidins are 
suitable for such studies because the structure of 
the transmerrbrane channel is known. This is iirpor- 
tant fot two reasons: cne can establish functional 
criteria for structural invariance among channels; 
and one can use constraints iiiposed by knowledge 
the channel structure to guide the interpretation 
f functic»ial results • Channels formed by gramici- 
din analogues illustrate how single side chain 
substitutions can result in ten-fold conductance 
changes without affecting the channel structure. 
Ihe side chains do not contact the permeating 
ions, enT)hasi2ing that there need not be close 
proximity between the region where a chemical 
alteration is produced and the region where the 
functional perturbation is induced. 



BE1-A.3 

Sodium'Calcium Exchange in Hearc: 
RegulQCion by [Ca^'^]i,, W.Gil Wier* 
University of Maryland at Baltimore, 
Baltimore, MD, U.S.A. 

Sodium- calcium (Na/Ca) exchange is a process 
believed to be important in control of 
contractility and in normal and abnormal 
clectrogenesis in the mammalian heart. Recently, 
changes in [Ca^*^)^ have been recorded that can be 
attributed to the operation of an electrogenic, 
voltage -dependent sodium- calcium exchanger In 
mammalian heart cells. Single voltage-clamped 
guinea* pig ventricular myocytes were perfused 
Internally with the fluorescent Ca^***- indicator, 
fura-2, and changes In (Ca^'^'Jj^ and membrane 
current that resulted from Na/Ca exchange wore 
Isolated through the use of various organic 
channel-blockers and Impermoant Ions. 
Information on subcellular localization of 
{Ca^'*')j^ was obtained by imaging the changes In 
fura-2 fluorescence with the use of a fiber- 
op tlcally coupled CCD camera and digital image 
processing. Depolarization of cells elicited 
5" low, spatially uniform increases in (Ca^'*')^, 
with the maximum increase depending on Internal 
sodium ion concentration, external calcium ion 
concentration and membrane voltage. 
Repolarization was associated with the cxtzrusion 
of Ca^*** and an inward current. A mathematical 
model of Ka/Ca exchange has been formulated that 
can describe these results. 



BE1-A.4 

Enzymc-mcdtatcd Ion Transport 

J.Mailcn Kootscy* 
Duke University Medical Center, 
Durham, North Carolina 27710, USA 

Scvciial iuu trani>pun liictlianibinb known to contribute tu 
lun regulation and elcctropliyslology in nerve and mus- 
cle cells involve the binding of ions to a large protein 
molecule, followed by a conformational change in the 
enzyme molecule. Examples of such transport mccha 
nisms include the iVa+,A'+ ATPase, the Ca++ ATPase, 
Na^jCa^^ exchange, and Na^^H^ exchange. Both bio- 
chemical and electrophysiological measurements have been 
mjide on many enzyme transport systems. This paper re- 
views the theoretical methods used to describe ion trans 
port b> enzyme molecules. State diagrams are used to de 
scribe the transport process with rate coefficients derived 
from experimental data and thermodynamic constraints. 
Net rates are calculated for physiological processes and 
unidirectional flux rates are calculated for tracer experi- 
ments. Classical enzyme calculations were based on an 
alytic solutions of simplified reaction schemes, but nu 
meric solutions by digital computer now make it possible 
to study the behavior of more complex and realistic re- 
actions. 
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SIMULATION OF MOTOR UNIT ACTION POTENTIALS : 
COMPARISON WITH CLINICAL RECORDINGS 

Sanjeev D. Nandedkar* Ph.D. 
Duke University Medical Center, Durham, NC 27710 

A motor unit action potential (MUAP) is the 
spatial and temporal summation of action 
potentials of all fibers belonging to one r tor 
unit (MU). The MUAP waveform depends on the MU 
architecture, i.e. the number and size of muscle 
fibers in the MU, the distribution of muscle 
fibers in the MU territory, etc. The 
relationship bewteen the MU architecture and the 
MUAP waveform also depends on the type of the 
recording electrode. We simulated normal MUs and 
then altered their architecture to simulate 
various pathologic processes such as loss of 
muscle fibers, regeneration of fibers, 
reinnervation, increased variability of fiber 
diameter, etc, that are known to occur in nerve 
and muscle diseases. Single fiber EMG, 
concentric needle E^!G and Macro EMG MUAPs were 
simulated from simulated normal and pathologic 
MUs. Although the numerical values of the 
features of the simulated MUAPs differred from 
the clinical recordings, simulations demonstrated 
many patterns of abnormalities seen in nerve and 
muscle diseases. 



BE1-B.3 

Phase Locked Loop Method to Process Surface 
EMG, M.Cesarclli* R.Castaldo,F.Clemente, 
M.Bracale, Cattedra di Elettronica Biomodica 
Nucleo di Ricerca di Ingegneria Medica e del- 
la Riabilitazione C.N.R., Faculty of Engi- 
neering, University of Naples, via Claudio 
21, 80125 Napoli, Italy. 

A new method for evaluating EMG spectral parameters 
based on the analogue locked loop technique has 
been proposed. 

As P.L.L. technique can be applied to follow tho 
instantaneous frequency of a narrow band signal, 
the EMG is SSB modulated to obtain instantaneous 
frequency waveform. The average of the instantane- 
ous frequency of the signal is an unbiased estima- 
tor of mean frequency, i.e. muscle fatigue indica- 
tor, and the average of its absolute value is the 
variance of spectrum. 

A prototype based on this method has been developed. 
This application offers the possibility of a real 
time measurement of suri ^ce EMG spectral changes 
during isometric and isokinetic suf ained tasks 
and is particularly important in applications for 
studying the muscle fatigue. 



BE1-B.4 

Principal Component Analysis in Electvomyo^ 
graphy, N.B. Jones*, P.J. Lago and a. Parekh, 
University of Leicester, LEI ?RU, U.K., 
University of Porto, 4000 Porto, Portugal. 

Much of the progress in diagnostic medicine de- 
pends on the harnessing of computer power. It is 
now sensible to use extensive data reduction 
techniques for extracting the essential features 
from Images or signals . Principal component 
analysis (PCA) is recognised as a potent method 
of multivariate analysis which dramatically 
rcducoR rflwnnftionality and is an officie»t aid to 
classification. The application of this technique 
to electromyography is particularly attractive 
because signals arise in this area of clinical 
practice which contain an exc sive amount of 
information. Not only can PCA be applied directly 
to the classification of motor unit action ootcn- 
tials but it can also be used for the classifica- 
tion of interference patterns by the prior use of 
a spectral analysis technique. The progress of 
neuropathic and myopathic disorders have beei 
followed in simulation using these methods via 
two and three dlmcnsloiial displays. Experience 
with a limited set of real data shows that good 
separation of cases may be achievable in clinical 
applications . 
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BE1-B.5 

Magnetomyography: non invasive recording of 
intracellular currents in skeletal muscle ^ 
W.L.C. Rutten *, and J.H.M. Put, University of 
Twente, 7500 AE Enschede, The Netherlands. 

Magnetomyography is a non -invasive technique for 
the in vivo detection of very weak magnetic fields 
of active skeletal muscle. In a configuration in 
which the detection coil has a toroidal shape and 
in which the muscle is lead through the centre of 
the toroid, magnetic responses can be measured 
which correspond to the intracellular longitudinal 
currents in active muscle fibers. For this the 
muscle must be enclosed by the toroid as closely 
as possible and both must be immersed in a well 
conducting fluid. The system has an average equi- 
valent noise limit of 1 nk/jHz over a bandwidth of 
10 kHz. This value is sufficient to measure fields 
in the order of picoTeslas produced by single mo- 
tor units in EDL and Tibial muscle of rat and 
mouse. Responses have a biphasic shape which 
strongly indicates that the disturbing (triphasic) 
contributions of fields due to currents in the 
vulume conductor inside the muscle, but outside 
the active unit, are very small. The method of- 
fered us the possibility to make fiber distribu- 
tion profiles along the muscle, to determine con- 
duction velocities and to measure current -to- force 
relationships in a way much easier (and non- inva- 
sive ly) than by electrical methods. Combined with 
EMG measurements and model simulations the method 
leads to parameter reduction in the models. 



BEl-C.l 

Leakage Conductances in Axons and 
their Myelin SheathSf 
A. R. Blight*, Purduo University, 
West Lafayette, IN <(7907- 

Microeiect rode recordings from 
mammalian axons and their myelin 
sheaths indicate that there is a 
descending order of myelin leakage 
conductance and a balanced ascending 
order of nodal leakage conductance in 
the series: central spinal axons, 
peroneal nerve sensory fibers, peroneal 
nerve motor fibers • From the aspect of 
conduction velocity and energetics, the 
relative distribution of conductances 
between node and , myelin appears to be 
of little consequence over a wide 
range, as long as the combined input 
impedance of the fiber is optimal. 
Relative variations in myelin sheath 
i nodal conductance appear to be 
^^-gnificant for other aspects of axon 
function, among which threshold 
modulation and accomodation are the 
most obvious possibilities, though the 
broader functional significance of 
differences in these properties is not 
yet well understood. 



BE1-C,2 

A Distributed - Parameter Model of the Myelinated 
Nerve Fiber, J, A. Halter and J,W. Ciark Jr,, Depart- 
ment of Electrical and Computer Engineering, Rice 
University, Houston TX 7725M892 

Recent electrophysiological studies on both mammalian and 
amphibian myelinated nerve nber have produced new informa- 
tion about the distribution of ionic channels in the fiber, the 
dynamics of the ionic channels as well as the electrical proper- 
ties of the myelin sheath and the underlying axolemmal mem- 
brane. These studies allow for the formulation of new more 
explicit models of the nerve fiber, particularily for the intemodal 
and paranodal regions where the passive electrical properties and 
the tunction of ionic channels are under debate. For example, 
the mechanism for the depolarizing afterpotential has been pro- 
po<ied to be storage of charge ou the intemodal axolemma requir- 
ing, either a higher conductivity for the myelin sheath than tradi- 
tionally thought, or a significant conductive path through th^ 
periaxonal space, ^ :w models can address these issues. In this 
study, a new distributed-parameter ir.2del is developed allowing 
for representation of both the amphibian and mammalian nerve 
liber.,. The model describes the myelin sheath separately from 
the axolemma, includes a periaxonal conductance pathway, uses 
new ionic channel descriptions for the node and imernode and 
incorporates a more cxpH».it description of the nodal and parano- 
dal .egion than in previous models. The relative influence of 
these parameters on tiie behavior of the myelinated nerve fiber 
will be discussed, 

I hK \^ork supported in pan by NSF Gram EC8405435. 



BE1-C.3 

Magnetic Measurements of Action Currents In Bundled 
Nerves, J.P, Wikswo, Jr,* and R.S. Wijeslnghe, 
Vanderbilt University, Nashville, TN 37235 US^ 
We are using toroidal pickup coils and a low-noise 
current- to- voltage converter to record liie magnetic 
field produced the compound action current (CAC) 
propagating alor^g isolated nerve bundles from the 
earthworm and frog. By assuming the shape of the 
transmembrane potential, we can use our volume con- 
ductor model for an axon off-cent;er in a sheathed, 
anisotropic bundle to compute the single-fiber action 
current (SFAC) and potential (SFAP). By coupling 
this model with a non-negative least-squares algo- 
rithm, we can deconvolute both the CAC and the con- 
ventlonally-recoraed compound action potential (CAP). 
The resulting conduction velocity distributions 
(CVDs) are compared to the fiber diameter histogram 
(FDH) obtained histologically. In this inverse 
calculation, the intracellular and extracellular 
conductivities, temperature, and the distance between 
stim^ilus and recording sites are the most Important 
parameters; thf' extracellular conductivity and the 
tnlckness ana conductivity of the myelin sheath 
affect the CVD from the Ck^ more than e CVD from 
Lhe CAC. The slower conduction velocity classes 
of both CVDs are affected by noise more than the 
faster classes. The volume conductor mudel, the 
CVDs, and the FDH are used to reconstruct the CAC 
and CAP. Because the SFAC is biphasic while the 
SFAP is trlphas*., the CAC has less cancellation 
than the CAP, suggesting that CAC deconvolution 
may be more accurate than CAP deconvolution. 
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A Double-SFAP model for the Nerve Compound 
Action Potential, G. Contento? M.R. Malisan 
and R. Badai, Depts of Medical Physics and 
Neurophysiopathology, Ospedale S. Maria 
della Misericordia, Udine, Italy. 

The conduction properties of peripheral nerves can 
be characterized by the distribution of conduction 
velocities (DCV) of the constituent fibres. Methods 
for the estimation of DCV rely a linear model of 
the Compound Action Potential (CAP) which can be 
easily measured in vivo. A basic assumption of the 
model requires that a unique waveform of the Single 
Fibre Action Potential (SFAP) is representative of 
the whole class of fibres conducting at a given 
range of velocities. Failure of this assumption nay 
concern initial neuropathies where normal and pa- 
thological fibres co-exist in the same nerve and 
conduct at the same velocity but with different 
SFAF waveforms. The present model of the CAP allows 
a weakened assumption on fibre grouping and descri- 
bes the conduction of both kinds of fibres. Due to 
the invariance of the model to a set of linear tran- 
sformations, an external input other than the mea- 
sured CAPS is necessary in order to resoiv'e the DCV 
of both fibre groups and their relative contribution. 



BEl-D.l 

Effects of Tissue CQometry on the Initiation of a 
Cardiac Action Potential, R.W. Joynert 
Departments of Pediatrics and Physiology, Emory 
University, Atlanta, GA 30322 

We used rabbit papillary muscles (PM) and 
isolated ventricular muscle cells to compare the 
effects of Lidocaine on decreasing cardiac 
excitability. For the PM we defined tissue 
excitability as the inverse of the current 
r'iquired to initiate a propagated action 
potential frcni a local stimulus. For the 
isv'>lated cells we defined cellular excitability 
as the inverse of the current required to 
initiate a membrane action potential. For PM, 
Lidocaine with elevated (K'*')^ decreased V , 
decreased conduction velocity, and strongTy 
decreased tissue excitability . For the isolated 
cells, Lidocaine with elevated (K'*')^ decreased 
V^^^ but had little effect on cellular 
excitability. We interpret our results on the 
differences of effect on tissue excitability 
versus cellular excitability as a consequence of 
the syncytial nature of the PM. The electrical 
load of the surrounding cells makes the tissue 
excitability dependent upon the amount of inward 
current that the locally excited cells and the 
surrounding cells can generate. We successfully 
simulated these phenomena with numerical 
solutions of action potential initiation in an 
isopotential cell as compared to a two 
dimensional disk of excitable tissue. 



BE1-D.2 

A Model of Reentry Based on Anisotropic 
Discontinuous Propagation, M.S. Spach*, p.c. 
Dolber, J.F. Heidlage, Duke University, Durham, 
NC, USA 

Available models of cardiac reentry depend solely 
on the active membrane conductances to alter 
propagation. The purpose of this paper is to show 
that different anisotropic passive properties 
produce different propagation responses to the 
same change in the sodium conductance. In uniform 
anisotropic bundles, premature action potentials 
propagated as a smooth process until propagation 
ceased simultaneously in all directions. In 
nonuniform anisotropic bundles, however, early 
premature action potentials produced either 
unidirectional longitudinal conduction block or a 
dissociated zigzag type of longitudinal 
conduction (a safer type of propagation similar 

transverse propagation). Directional 
differences in velocity demonstrated that 
anisotropic propagation was necessary for reentry 
to occur within an area less than 50 mm^. Sodium 
channci. blocking drugo also produced dissociated 
zigzag longitudinal Cvsnduclion ia nonuniform 
anisotropic bundles, but not in uniform 
anisotropic bundles. These results show that 
obliteration of side-to-side electrical coupling 
between fibers provides a primary mechanism for 
reentry to occur within very small areas (1-2 mm) 
due to propagation phenomena that do not occur in 
tissues with tight electrical coupling in all 
directions. 



BE1-D.3 

EXCITABILITY, SAFETY FACTOR OF 
PROPAGATION AND PREFERENTIAL BLOCK 
IN ANISOTROPIC TISSUE 

Bruce M. Steinhaus*, Ph.D., Carmen Ddgado**, Ph.D. 
and Jose Jalife**, M.D., *UxLiv. of Utah, Salt Lake City, 
UT, **SUNY/Upstate Medical Center, Syracuse, NY 

The succeis or failure of propagation in anisotropic my- 
ocardium w?^ studied using simulations of action potential 
propagation and isolated tissue experiments. Longitudinal 
(L), uniform transverse (UT) and nonuniform transverse 
(NT) tissue directions v^ere modeled in a Beeler-Reuter 
based one din^ensional cable. Stimulation threshold was 
smallest in the NT direction. The safety factor during 
propagation was determlued as the total axial current dur- 
ing depolarization divided by the current just necessary for 
continued propagation and was largest in the L direction. 
The strength-interval plot for the jimction between L and 
NT direcw^jns identified a range of stimulus strengths V7hich 
resulted in NT but not L propagation at the basic cycle 
length while higher stimulus strengths resulted in L but not 
NT propagation. Experimental strength interval plots from 
10 L shapped preparations of isolated sheep epicardial mus- 
cles had similar characteristics. Results show directional 
differences in excitability and safety factor of propagation in 
anisotropic tissue. These properties can be a major factor 
in the genesis of reentrant arrhythmias. 
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BH 3.4 

Contribution of active Na-K transport 
to membrane repolarization, F.A. Roberge* 
and R. Leniieux, University of Montreal, 
Montreal, Canada. 



The small size of cardiac cells, the restricted 
myocardial interstitial space, and the relatively 
important Na*** influx and Kt efflux create condi- 
tions leading to substantial changes in [Na]^ and 
[K)e during the action potential. An efficient 
Na-K pump, sensitive to both [Na)^ and [Klg, is 
the*! necessary to restore as much as possible of 
the original Na*** and K*** gradients at each cardiac 
cycle. These variations in [Najj^ and [K]q induce 
important changes in the passive membrane currents 
via the corresponding changes in equilibrium 
potentials. These factors, together with the Na-K 
pump current, determine the shape of the actio; 
potential. A model of the cardiac cell membrane 
incorporating active Na-K transport was used to 
study the ionic current changes occurring during 
the action potential, following repetitive stimu- 
lation at rates between 0.2 and 3.3/s. The diasto- 
lic levels of [Na)£ and [Kj^ increase at higher 
frequencies since the pump cannot maintain the 
concentration values absolutely constant. It is 
observed that the contribution of active Na-K 
transport to membrane repolarization becomes 
increasingly important as the rate of activity 
increases. 



BEl-E.l 

UPPER EXTREMITY ASSIST DEVICES, P.H. Peckham*, 
H.W. Keith, G.B. Thrope, and K. Stroh, 
Case Western Reserve University, and the 
Veterans Administration Medical Center 
Cleveland, Ohio 44109 

Functional neuromuscular stimulation (FNS) 
has been developed to provide control of the 
paralyzed extremity of the cervical level spinal 
injury patient. Subjects are impl anted with 
either percutaneous electrodes or an imp"! nted 
stimulator to provide activation of the muscles. 
The electrodes are implanted in the major finger 
and thumb flexor and extensor muscles, and 
coordinated movement patterns are controlled by a 
portable external control module. Movement of the 
shoulder regulates hand opening and grasp in two 
grasping configurations. 

Subjects with FNS systems demonstrate the 
ability to pf^form activities of daily living such 
as eating, writing, and grooming that they are 
unable to achieve without the assistive system. 
Such systems have been in outpatient use for over 
five years. Recent developments, including 
combining Su lical reconstruction and the 
implantab";a stimulator, have further improved 
func*,ion and reduced the user's care and 
maintenance of the system. 

Supported by the National Institute on Disability 
and Rehab. Research and the Veterans Administra- 
tion Rehab. Research and Development Service. 



FUNCTIONAL ELECTRICAL STIMULATION OF THE 
PARALYZED LARYNX, X. Sanders*, MD, Mount 
Slnal Medical Center, New York, NY 10029 

In laryngeal paralysis the vocal cords come to- 
gether in the midline of the larynx and cause a 
life threatening airway obstruction. To rehabili- 
tate this condition function must be restored to 
the muscle which controls vocal cord opening, thfc 
posterior cricoarytenoid (PCA) muscle. The 
unique challenge is that the PCA muscle is in a 
denervated condition and to date there has been 
little research performed on the stimulation of 
denervated muscle. 

Initially 12 dogs were studied under varying 
conditions of electrode placement, electrode 
polarity, electrode orientation to muscle fibers, 
and over a wide range of pulse width and pulse 
amperagos. From this original study an electrode 
array was adopted for chroiixr. experimentation. 
Four dogs were allowed to atrophy for six months 
and at the end of that period two of the dogs 
underwent three months of electrical stimulation 
by implanted electrodes. 

Results indicated that a v:;riety of stimulation 
parameters and electrode arrays are capable of 
causing clinically useful vocal cord opening. In 
addition prolonged stimulation can restore func- 
tion to severely atrophied PCA muscle. Further 
research is required into an electrode array 
which localizes current to the PCA so that cur- 
rent does not spread to surrounding structures. 



BE1-E.3 

Cardiac Assist Device: Larry W. 
Stephenson, M.D.,* Dept. of Surgery, 
University of Pennsylvania, Phila- 
delphia, PA 19104, U.S.A. 

Skeletal muscle can respond adaptively to in- 
creased functional demands. This adaptive 
capacity is commonly observed during the training 
of athletes, but to a greater extent when skele- 
tal muscle is subjected to chronic electrical 
stL. jlation. Muscle conditioned in this way shows 
a greatly increased resistance to fatigue. During 
V ^ stimulation process, the muscle is transformed 
from a muscle of mixed fiber type to ore of a 
uniform population of type 1 fatigue-resistant 
fibers. The changes are documented by immuno- 
and histochemical criteria. Myosin isozymes 
change. There is an enzymatic shift toward 
aerobic metabolism. The bioenergetics of elec- 
trically conditioned muscle are similar to those 
of heart muscle. We have exploited this transfor- 
mation phenomenon to develop skeletal muscle 
ventricles capable cf performing the continuous 
work required to asaist the failing heart. These 
ventricles generate greater stroke w^^k than the 
right ventricle, ar^d can pump blood in the circu- 
lation effectively for weeks. This research 
indicates that a cKr-^nic non-fatiguing biologic 
Dump motor const 'uctt.^ from skeletal muscle 
appears to be acl ievab. This concept holds 
promise for long-term aac,mentation or replacement 
of the failing cai-iiac ventricles. 
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BE1-E.4 

Collision Block of Motor^ Activity in Peripheral 
Uerve. James D. Sweeney , J. Thomas Mortimer, 
Donald R. Bodner and A. Stewart Ferguson, 
Applied Neural Control Laboratory, Dept. 
Biomedical Engineering, and Division of Urology, 
Dept. of Surgery, Case Western Reserve 
University, Cleveland, Ohio 44106. 



Collision b^ock of efferent motor activity may offer a 
clinically viable alternative to other techniques for 
electrically blocking peripheral nerve transmission. A 
collision block will result when artificially produced 
Aatidromic Unidirectionally Propagating Action fotentials 
(aUPAPs) annihilate orthodronrJc action potentials. We are 
developing implantable "spiral' nerve cuff electrodes that 
can reliably produce such AUPAPs. 

These Asymmetric Two EI ctrode £uffs (ATECs) are 
specifically designed to produce a coliision block of 
pudendal nerves mot.r activity. Pudenda! nerve mediated 
spasticity of the periurethral striated sphincter has 
hindered attempts by others to develop a bladder 
neuroprosthesis for spinal cord injured patients. In acute 
animal experiments we have studied the effectiveness of 
tlie ATEC design in ptoducing trains of pudendal nerve 
motor AUPAPs between I and 50 Hz. Both monophasic and 
balanced-charge biphasic quasitrapezoidal stimuli have been 
used. In chronic animal experiments the long-term 
effectiveness and safety of pudendal nerve collision block 
is currently being studied. A finite-difference model of 
the electric field generated by an ATEC is also being 
developed as an aid for electrode design. 



DEl-F.l 

Theoretical Basis for Brain Motor Control 
Assessment, C.V. Kondraske*, Human 
Perfonnance Institute, University of Texas at 
Arlington, Arlington, TX, USA. ((17-273-2335) 

Sound conceptual bases which i^ad to testable 
hypotheses are essential for assessment of complex 
systems, such as in brain motor control. Generalizable 
performance theory concepts are presented as- a basis 
for defining basic elements of performance and for 
structuring a quaniitative approach to assessment in 
this area. 

An elemental resource modeling approach is used to 
define structures functionally and dimensionalized 
performance measurands. Maximal stresses along 
isolated dimensions of performance are used to 
determine resources available. Task analysis is used 
to define a series of worst-cases unidimensional 
stresses on system resources. Resource economic 
principles are applied to a multi-dimensional and 
multi-unit system model to define simple criteria 
oriented rules for assessment. Combinatorial 
optimization to minimize stress across performance 
resources is considered as a control strategy and 
discussed in the context of assessment. Supportive 
experimental data are presented. Experimental 
approaches are discussed. 



BE1-F.2 

A Task Analysis Strategy for Modeling 
and Assessment of Human Locomotion, 
James j. Car olio*, Human Performance 
Institute, University of Texas at 
Arlington, Arlington, TX 76019 

The problems associated with gait 
assessment are due in part to the 
absence of global models of human 
locomotion, incorporating both 

biomechanical and europhysiological 
information. Task analysis has been 
employed to simplify model development, 
and cou'pled with resource based 
performance theory, provide a framework 
for assessment. 

Wal^ting is described as a repetitive 
sequence of tasks where each task in the 
sequence has specific objectives which 
must be accomplished within the time 
period allotted. The CNS is modeled as 
a controller which translates these 
objectives into descending neural 
commands fresources) , targeted for the 
functional units (muscles) associated 
with the current task. A biomechanical 
model o£ the trunk and lower extremities 
is used to determine the resultant joint 
angles and torques associated with the 
neural input, with these values used to 
siwulate afferent feedback* 
« Supported by Dallas Rehab Foundation 



BE1-F.3 

Assessment of Healthy and Disordered 
Neurocontrol of Gait, M. Malezic* M. 
Gregoric and J. Krajnik, J. Stefan 
Institute, and University Rehabilitation 
Institute. Jaraova 39, 61001 Ljubljanr., 
Yugoslavia 



Central nervous syscoiA control of muscles during 
gait can be seriously altered in patients with 
the upper motoneurone dysfunctions . In 
incomplete spinal cord lesions, the impaired 
supraspinal control results in diminished 
centrally programmed and suprasegmentaj. reflex 
activity with increased segmental reflexes. EMG 
recordings of muscle activity during walking 
combined with measurements of forces and phases 
of gair may so help in understanding the 
pathophysiology of abnormal locomotor patterns, 
as well as in evaluating the restorative 
procedures. Centrally programmed con^rol is 
assessed in the tibialis anterior muscle, 
normally active when unloaded, while soleus, the 
antigravity muscle, is a monitor for 
suprasegmental and segmental stretch reflexes. 
Changes in the averaged rectified and filtered 
EMG signals are studied before the foot contact, 
within the latency ranges of segmental and 
suprasegmental reflexes after it and befo: »ie 
push-off. 
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BE1-F.4 

?oly electromyography (PEHG) as a Tool 
to Evalur.te the Efficacy of Therapeutic 
Manoeuvres in Motor Disorders, B. 
Cioni*, M. Meglio, Facolta' di Medicina 
e Chirurgia, Largo Agostino Gemelli, 8, 
00168 Roma. Italy 

Surface PEMG was used to assess modifications of 
motor control following therapeutic manoeuvres in 
40 patients, A percutan*>ous test trial of spinal 
cord stimulation was performed in 33 of them. 13 
with spastic hemiparesis due to ischemia of the 
middle cerebral artery, 13 with spastic parapare- 
sis from a spinal lesion and 7 with multiple 
sclerosis. 5 patients with spinal cord lesions 
received intrathecal injection of anti- spastic 
drugs and 2 patients underwent surgical removal 
of a spinal compression. Surface EMG of the 
upper and/or lower extremity muscles was recorded 
(t.c. 0.03 msec, 15 mm/sec, 100 uv/cm) during 
spontaneous relaxation, voluntary and passive 
movements, provoked clonus, phasic and tonic 
stretch reflexes, Babinski's response and gait. 
Ihe evaluation included neurological examination 
and the use of sejii- quantitative scales zo score 
motor activity. Ihe protocol was done before and 
after the therapeutic manoeuvres. The results 
were consistent with the clinical outcome in all 
patients. Analyses of the EMG recordings allowed 
speculation on the mfcchanisms involved in the 
therapeutic procedu e and the neurophysiological 
criteria for the selection of patients. 



BEl-6.1 

Cardiac Potential Mapping in the United 
Stales. R. Lux', Cardiovasculi^r Research and Training 
Institute, University of Utah, Salt Lake City, Utah 

Electrocardiographic potential mapping in the U,S, 
has expanded from the ,body surface mapping studies 
of two decades ago to include cardiac surface and 
transmural measurements of the present. Research is 
progressing along theoretical, experimental and 
clinical lines. Major emphasis of body surface 
mapping is application to noninvasive detection and 
assessment of cardiac diseases missed by 
conventional electrocardiography, e.g., coronary 
disease without infarction, cardiomyopathies, and 
arrhythmia vulnerable states. Availability of high 
resolution torso and heart images and cardiac surface 
potential information has renewed interst in forward 
and inverse models for purposes of characterizing 
normal anc' abnormal cardiac electrophysiology. 
Intramural and cardiac surface potential mapping 
has rapidly evolved for use as a tool for 
intraoperative mapping to assess ventricuhr 
arrhythmias and to understand the 3D spread of 
excitation and recovery. The latter is of particular 
interest for impro ving understanding of the effects of 
anisotropy on cardiac conduction. 



BE1-F.5 

Comprehensive Assessment of Control of 
Motor Activity: Brain Mote - Control 
Assessment (BMCA) , A.M. Sherwood*, M.R. 
Dimitrij evic , Division of Restorative 
Neurology and Human Neurobiology, Baylor 
College of Medicine, 7000 Fannin Suite 
2140, Houston TX 77030 



The objective of this project is to develop a 
clinical system for the automated assessment of 
the control movement in humans when that 

control is impaired by severe trauma or disease. 
Surface EMG signals offer available 
method for understanding a^civity related 

to movmement . Computerized methods for assess - 
ment of neurocontrol of motor activity based on 
EMG recordings from multiple muscle groups are 
being developed. Along with 12-16 channels of 
surface EMG, the BMCA protocol utilizes event 
markers and position transducers to record volun- 
tary automatic and reflex maneuvers. The BMCA 
system is based on an Apollo 4000 workstation with 
a SignifiCAX ADC board and sofw^are. Features of 
neurocontrol in individual patients are documented 
for studies of underlying motor control mechanisms 
in humans. BMCA is also used in single or longi- 
tudinal studies of the properties of malfunction- 
ing nervous systams. Specific goals include, 
protocol assistance, comprehensive data logging, 
quantitative results, and classification of the 
type and severity of the functional disorder. 



BEl-6.2 

User -friendly body surfui^e potential mapping in myocardial 
infarction, Fred Komreich * and Mikhail Kavadias. 
Free University Brussels (VUB), Belgium. 

Body surface potential maps (BSPM) provide more information 
on the electrical activity of the heart then can be obtamed from 
the standard 12-lead ECG or the VCG. Moreover, sequential 
instant-by-instant maps allow direct association of surface 
potentials with major wavefronts within the heart and have 
advanced the electrophysiologic bases of diagnostic ECG 
criteria. Despite these advantages, widespread use of maps as a 
diagnostic tool is still lacking; the non-traditional data display 
and the insufficient accumulation of clinical-pathologic 
correlations are at present, the main factors hampering 
acceptability by the clinical community. Using 120-lead data 
from 236 normal individuals and 258 patients with documented 
first Q-wave myocardial infarction (MI), qualitative and 
quantitative interpretation criteria are determined and presented 
i.n a icrrnat that can be easily viewed and interpreted by the 
cardiologist. The method rests on the development of 
discriminant maps, obtained by subtracting at e.ich instant 
ga)up-mean normal maps fiom respectively antenor and inferior 
MI group-mean maps and dividing the resulting values at each 
electrode site by the corresponding pooled standard deviation. 
Similarly, discnminant maps are produced for each single 
individual and indicate the presence, location and timing of 
significant abnormalities. By quantitatively extracting and 
displaying abnormal features in individual patients and in 
particular, significant losses of potentials in early and mid QRS, 
Mis could be identified and located at first glance by the 
cardiologist, however little familiar he may be with BSPMs. 
The developed criteria can easily be implemented in 
knowIegg^b|^d systems for computerized analysis of maps. 
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Kecent Japanese Contribution to Cardiac 
Potential Maf^ing, K.Harumi* H.Stunakava, 
G.Nishiyama, S.Kanesaka, Y.Okamto* and 
T.Musha*, Shov?a Univ. Fujigaoka Hbsp. 
Tolc/o Inst. Technol*, Yokohama, Japan 

Since the body surf ^ce maj^ing systems was intro- 
duced by Yamada to Japan, many research vjorks 
were contributed to the field of the body surface 
in^(BSM) in our country, the detection of break- 
through of right ventricular excitation, die lo- 
calization and size of myocardial infarcj.ion, the 
location of preexcitation, the site of conduction 
block in RBBB, exercise BSM, and so on. Recently 
a standardization to enable the exchange of nutual 
BSM data from different institutions was proposed 
by Japanese group. As one of application of BSM to 
clinical use, we developed with Musha's group the 
method to evaluate the nondipolar contents (the 
residue) on the BSM. The following results have 
been obtained; tro peaks of the residue during 
QRS and l igle dipolaril^ during T in the normals, 
the higher residue in the early part of QRS in 
anterior infarction and also in inferior infarc- 
tion, which hrs the higher residue in later f-art 
of QRS, the inverse relation of the residue at 
middle of QRS and the size of anterior infarction, 
the higher residue in early QRS as the evidence of 
infarction with CLBBB and others. 



BEl-6.4 

Substantiation of a Practical Lead 
System for Electrocardiotopography , 
P. Kneppo and L.I. Titomir, Institute 
of Measurement and Measuring Technique 
of the Slovak Academy of Sciences, 
842 19 Bratislava, Czechoslovakia 

Three rows of eight electrodes symmetrica- 
lly distributed in horizontal planes and 
electrodes on the head and lofl leg are 
used. The instantaneous potential distribu- 
tion all Dver the chest surface can be re- 
constructed by means of expansion of this 
distribution in the series of spherical 
functions up to the 3-rd order terms. The 
expansion is calculated with respect to 
variables expressing the lengths of mutua- 
lly orthogonal arcs along the chest surface. 
Then the coefficients of the expansion are 
determined a^, linear functions of the po- 
tentials measured by the unipolar leads of 
Nelson s system. Applying a similar expan- 
sion also to the cartesian coordinates of 
the chest surface, it is possible to obtain 
rdther simple expressions^ for low order 
multipole components of the caroioelectric 
generator. Simultaneous use of Nelson's 
lead system and the techniques of spherical 
^unctions expansion significantly simpli- 
fies topographical measurement and multipo- 
le analysis of the cardioelectr j r field. 



BEl-H.l 

Simulation of Normal and Epileptiform 
EEGs with Chaotic Solutions of Static 
Nonlinear Coupled Ordinary Differential 
Equations, Walter J. Freeman* University 
of California, Berkeley California 94720 

Measurements of the fractal dimensions 
of normal and epileptiform EEGs recorded 
from the olfactory bulb and prepyrlform 
cortex of waking rats and rabbits Indi- 
cate that the aperiodic and unpredict- 
able activity, previously thought to be 
"noisy", has low dimensionality con- 
sistent with deterministic chaos. Sets 
of differential equations are construct- 
ed in accordance with the known physio- 
logical and anatomical properties of the 
bulb and prepyrlform and their neurons. 
Ti:e solutions contain domains of chaotic 
behavior closely resembling "Rnnntane- 
ous" EEG activities in a varJ<Jty'of nor- 
mal and pathological states, including 
basal chaotic backgrounc activity, 
bursts with Inhalation, ami repetitive 
spikes and waves that accompai,y complex 
partial seizures known also as petit mal 
epilepsy. 



BE1-H.2 

Spontaneous Cellular Population Oscillations m Hippocampal Slices. 
R.D. Traub*. R. Miles and R.K.S. Wong, IBM Wnlson Research Clr., 
Yorklown Heights, NY 10598 and Dept. of Neurology, Columbia 
University^ New York» NY 10032. 

Oscillations in large neuronal poivulations (thousands of cells) occur in 
in vitro hippocampaJ slices, especially when synaptic inhibition is par- 
tially suporessed. Periods range from a few hundred ms to several 
seconds. Treatments such as further blockade of inhibition that in- 
crease the amplitude of such oscillations also diminish the frequency. 
These activities are detected by dendritic field potentials or by dual 
intracellular recordings. Tliey also occur in a randomly connected 
network model with a random distribution of spontaneous bursting 
rates, provided that intrinsic cellular properties and synaptic actions 
and connectivities are based on physiological data. In the model, the 
period and amplitude are influenced by the time course of the long in- 
trinsic afterhyperpolarization. the strength of recurrent excitatory 
synapses, and the time course of slow IPSPs. While the population as 
a whole oscillates (every few hundred ms. a cluster of about I % of the 
cells fires a burst, generating synaptic potentials in most of the rest of 
the cells), the ce'^dlar conjposition of the clusters has no apparent 
periodicity. Gl joally coherent oscillai as also occur in a model with 
9000 pyramid il cells wherein the synaptic connections are spatially 
restricted (as sjggested by recent data). In such distributed models, 
the frequency )f tht oscillation does not depend on the total number 
of cells, but on.y on the local network properties. In vitio oscillations 
may provide insight into general khythmic possibilities of isolated 
cortex. 
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BE1-H.3 

Dynamics of the EEGs as Signals of Neuronal 
Populations (Alpha Rhythms): Linear and l^on- 
linear Properties^ F.H. Lopes da Silva*, 
Biological Center, Universiteit van Amsterdaiu, 
1098 SM Amsterdam, The Netherlands 

Models of neuronal populations can be useful to 
understand how EEG signals are generated and pro- 
pagated in the brain. To simulate alpha activity 
as function of both space and time a model of a 
simplified cortical network was constructed • The 
tiuie-'dfipendent behavior of the neuronal membrane 
potentials wav* described by linear transfer func- 
tions. Static nonlinearities relate membrane poten- 
tials to impulse densities. The spatial-dependent 
behavior was described by exponentially decaying 
functions of Lne type (C(x) = C^exp (-c|x|)) where 
l/C is the characteristic length. 
The model generates alpha activity witu character- 
istics in agreement with experimental data. From 
the phase shift at the alpha frequency as function 
of space the characteristic lengths of the neuronal 
network were computed. Thsse were found to be of 
the same order of magnitude as the basic cortical 
module estimated from histology. Linear and non- 
linear properties of this type of models including 
the transition between linear and nonlinear dynamic 
behavior, as seen during epileptic seizures, are 
analysed. 



BEl-I.l * 

Biphasic Waveforms for Defibrillation, J. Jones 

and R. Jones, Georgetown University and V.A. 
Medical Center, Washington, D.C., U.S.A. 

Automatic internal defibrillators have been 
developed for implantation in high-risk patients 
whose arrhythmias are refractory to drug treat- 
ment. However, due to the high defibrillation 
threshold for the existing monophasic truncated 
exponential waveform, these defibrillators are 
heavy and bulky, and the high currents required 
can induce ventricular dysfunction. Since defib- 
rillation results from excitation of ventricular 
cells, we studied relative excitation and dysfunc- 
tion thresholds for biphasic waveforms in the 
cultured cell model and possible mechanism*^ for 
threshold alteration with computer simulations of 
stimulated cardiac action potentials. 
Shaped biphasic waveforms produced a significantly 
larger decrease in excitation threshold under 
"fibrillation conditions" (high and short cycle 
length) than under normal conditions in the cul- 
tured cell model. Computer simulations suggest 
that the decreased threshold is due, in part, to 
improved fast excitation channel activation with 
biphasic waveforms. Similar biphasic waveforms 
decreased defibrillation threshold in the dog, 
calf, and perfused rabbit heart models. These 
results suggest that biphasic waveforms decrease 
defibrillation threshol I by improving excitation 
of ventricular cells in the fibrillating heart. 



BE1-I.2 

Current Distributions in Bisyncytial Tissue, 
J. P. Wikswo, Jr.*, B.J. Roth and N.G. Sepulveda, 
Vanderbilt University, Nashville, TN 37235 USA 
The electrical behavior of caruiac tissue has been 
studied using an idealized 2-dimensional, finite- 
element model that accounts for the bisyncytial 
nature of the tissue and the anisotropy of both the 
intracellular (IC) and extracellular (EC) spaces. 
Previously we examined curi-ent, voltage, and 
magnetic field distributions from a circular 
activation wavefront for various v*."^sotropies. We 
have now determined the IC, EC, c.nd transmembrane 
(TM) potentials resulting from injecting current 

(1) into the EC space, and (2) Into both the IC and 
tic spaces. In (1) the isopotential distribution 
(ID) is elliptical for both the EC and IC spaces. 
The TM ID is elliptical only for equal anisotropy 
ratios (EAR), and complicated for other anisotro- 
pies. In some cases depolarized and hyperpolarized 
regions are adjacent, which may have implications 
for reentry, fibrillation and defibrillation. In 

(2) the ID for the IC and EC spaces is not 
elliptical; the TM ID has an unexpected pattern and 
both depolarized and hyperpolarized regions are 
present . Thes^ results are compared to n vivo 
measurements of 'virtual cathode sizes. We cv^ncludev 
that in 2-D anisotropic tissue, current injection 
results in spatially intricate potential and 
current distributions that depend strongly upon 
tissue anisotropy. Some of these effects were not 
previously recognized because other models used 
only equal anisotropy ratios. 



BE1-I.3 

Simultaneous Potential Field and Cardiac 
Recordings from the Heart During Ventricular 
Defibrillation. 

F.X. Witkowski* and P.A. Penkoske, University 
of Alberta, Edmonton, Canada. 

Electrical defibrillation (D?) is the only 
known generic form of therapy for ventricular 
defibrillation. We have developed a thr^.e- 
dimensional electrophysiological mapping; 
system capable of simultaneously recording^ 
both the actual high voltage field created 
by a DF shock and the immediate post-shock 
activation. Using transmural directly-coupled 
(DC) electrodes 120 left and right ventricular 
sites were examined with a newly developed 
DC mapping bysten Each electrode was coupled 
to 2 amplifiers (DC-500 Hz) one with a 
dynamic range of ±130mV (electrogram) and 
the other ±500V (DP field). 

Successful DF required 100% of the sites 
examined to be depolarized, with the first 
beat post-DF originating in the area of 
minimum DF potential. Unsucc ssful defibril- 
lation demonstrated at least one site of 
ineffective DF that correspond to the area 
of minimum DF potential. 
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BEl-1,4 

3D FINITE ELEMENT ANALYSIS OP INTERNAL 
DEFIBRILLATION - N. Thakor, K. Kothiyal, B. 
Shankar, L, Fogelson, Biomedical Eng., 
Johns Hopkins Oniversity, Baltimore, USA 

In internal defioril lation high energy 
shocks aire delivered by epicardial patch 
electicde.s or endocardial catheters. A 
finite element method (PEM) is used to 
numerically solve Laplace's equation for 
the heart modelled as a volume conductor. A 
computer model is constructed from 1473 
elements and 2063 nodes. pem solves 
current density (CD) and energy (EN) dis- 
tribution in the heart for three electrode 
configurations- patch-patch (PP), catheter- 
patch (CP) and catheter-catheter (CC) - and 
various geometries and placements. 

The simulations indicate that: 1) PP and 
CP more effectively deliver EN to myo- 
cardium ^82% 3 id 80%) as compared with CC 
v68%). 2) Specific electrode placements do 
not significantly affect EN delivery to 
myocardium. 3) Electrode size significant- 
ly affects EN distribution, especially in 
the vicinity of electrodes. 4) Only a small 
fraction of the myocardium receives high CD 
(50% at 0.1 A/cm2 and 4.3% at 0.5 A/cm2). 
5) Very high CD (1.67 A/cm2 in CC and 1.14 
A/cm2 ?n PP) are observed at the edges of 
electrodes. These results suggest 
effective electrode designs and the role of 
EN and CD in internal defibrillation. 



3E1-J.1 

EEG Evoked Response 
Quantification and Detection 
Jorge I. Aunon^ 
Colorado State University 
Ft. Collins, CO 80523 



Evoked brain potentials have been used for 
many years to evaluate the activity of 
selected sensory systems. Traditionally, 
averaging has been used as the tool of choice 
in order extract the average evoked brain 
potential from the on-going EEG. During the 
last 15 years a diversity of new techniques 
have been developed in order to quantify the 
single evoked potential. Some of these 
techniques will be described and compared. 
Ultimately, the questi>^n must be asked as to 
whether these techniques have really made an 
impact on the knowledge of evoked potentials. 



BE1-J.2 

Quantitative Analysis of EEG Activity: Is 
There Chaos In The Future? Ben H. Jansenf 
University of Houston, Dept. of Electrical Engi- 
neering, Houston, TX 770C4, USA. 

The quantitative analysis of ' *e 'spontaneous* electri- 
cal activity of the brain (EEG) is aimed at providing the 
electroencephalographer (EEGer) with 1) an objective tool 
to analyze EEGs, and/or 2) with a sensitive tool to extract 
information from the EEG not obtainable otherwise. Early 
techniques were cither heuristic or based on adaptations of 
methods originally designed for othe applications. More 
recently, methods have been developed that take the spe- 
cific characteristics of the EEG into account. For example, 
syntactic methods and (adaptive) segmentation techniques 
were developed to deal with the nonstationary nature of 
EEGs; the importance of contextual information was xc- 
knowledged through the use of expert systems to allow for 
reasoning involving complex spatial and temporal relation- 
ships utilized in the visual EEG analysis. Even more recent 
aie methods based on a model oi the neural masses, involv- 
ing non-linear differential equations that exhibit a 'chaotic' 
(as opposed to a random) behavior with a striking similar- 
ity to the actually recorded EEG. This paper will present 
a critical review of these state-of-the-art techniques. 



1 



BE1-J,3 

SPATIAL DISPLAY AND ANALYSIS OF EE6/EP DATA. 
D. Lehiraiin*, Dept. of Neurology, University 
Hospital, CH-8091 Zurich, Switzerland. 

Pr'^requisite for correct spatial display 
("mapping") of EE6/EP data is adequate spatial 
sampling. Treatments (means, differences, 
correlations) over maps require locally unique 
values, obtained by spatial offset removal (av. 
ref.) or high pass filtering (gradient, CSO). 
Data reduction of map series should be space- 
oriented. Spatial analysis aims at the recogni- 
tion of the "electric landscapes" for which e.g., 
the locations of the positive and negative 
extreme potential might be used. Adaptive 
segmentation of EEG/EP map series into epochs of 
stable map landscapes identifies brain functional 
^icrostates. Different microstates might manifest 
different ?teps or modes of brain information 
processing, e.g., different states at stimulus 
arrival are associated with different behavioral 
outcome of processing (reaction time), and 
attending vs ignoring incoming information 
produces landscape differences in a given segment 
of the event-related map series. 

8G 
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The Design of Multiple Electrode Mapping 
Instrumentation. 

F.X. Witkowski* and P. A. Penkoske 
University of Alberta, Edmonton, Canada. 

Improved methods for assessing three-dimen- 
sional distributions and rapid temporal changes 
of activation, repolarization, systolic and 
liastolic potentials in extracellular unipolar 
electrogram recordings would enhance studies 
of arrhythmogenesis. To assess all these para- 
meters requires directly coupled (DC) mapping 
techniques. 

Mapping systems to date have been limited 
by physical constraints of electrode design, 
number of channels simultaneously sampled, 
duration of continuous data fiorage and three 
dimensional representation of the data. 
Approaches to each of these problems will be 
discussed. A new system that has recently been 
developed will be presented capable of DC 
transmural yocardial interrogation from 384 
channels simultaneously, each channel sampled 
at 2KHz, capable of continuous storage of 3,500 
MBytes (60 rninutes), with fully automated 
data analysis and three dimensional data 
presentation. 



BE1-K.3 

Mapping Electrical Impulse Propagation in the Heart 
for the Study of Cardiac Arrhythmia Mechanisms, 
Andrew L. Wit*, Columbia University, New York, 
New York. 

Myocardial infarction in humans results from 
obstruction of a coronary artery that results in 
death of cardiac muscle. Infarction is accompanied 
by disturbances in the rhythm o( thi> heart beat. 
Eventually ventricular fibrillation may occur that 
results in the absence of cardiac output and sudden 
death. We have been studying cardiac electro- 
physiological effects of coronary obstruction in the 
dog to determine how these rhythm disturbances 
occur. To do this we have designed a data acqui- 
sition system that enables us to record electrical 
activity at 192 sites in the heart, digitize the sig- 
nals and analyze activation times with a computer. 
We have shown, using this system, tha* coronary 
occlusion changes the conductile properties of car- 
diac tissi ^s which have a diminished blood supply. 
This in turn results in a phenomenon known as re- 
entrant excitation; the conducting impulse does not 
die out after activating the heart once as it does 
normally, but rather continues to propagate in a 
circular pattern throughout the ventricles activa- 
ting them over and over again. This causes a 
rapid heart beat and eventually ventricular 
fibrillation. 



BE1-K.4 

Recording and Imaging Cardiac Electrical Activation 
Using Voltage Sensitive Dyes, Stephen Dillon*, 
Columbia University, New York, New York. 



Voltage sensitive dyes (VSDs) are a class of 
molecular probes which can linearly transduce var- 
iations in membrane potential into changes in their 
absorption anH/or fluorescence. VSDs bind to the 
outer membrane leaflet of cells so that voltage is 
detected as a component of the electrical ^leld. 
With appropriate Instrumentation it Is possib'-^ to 
record "optical action potentials", i.e. the signal 
developed by the variations in cellular voltage gen- 
erated during cardiac activation. This approach, 
therefore, allows one to study the det ns of im- 
pulse propagation at a large number < sites, far 
more than is possible using microelectrode 
techniques. While high density electrographic map- 
ping can also provide such information, VSD 
recording can provide data about the impulse itself 
(ex. upstroke velocity, refractory period). Further 
by using laser scanning or CCD cameras one can 
develop high resolution Images of impulse propaga- 
tion. This kind of data could be used to under- 
stand the mechanisms of arrhythmogenesis and 
their pharmacological treatment. 
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Long-term Monitoring in Epilepsy, 
J. Gotman*, Montreal Neurological 
Institute, McGill University, 
Montreal, Quebec, Canada 

The electroencephalographic (EEG) correlates of ep- 
ilepsy are sometimes rare and unpredictable, as are 
the stizures themselves. It is therefore necessary 
to perform long-term monitoring of the EEG and of 
the patient's behavior to obtain a full documenta- 
tion of tne disorder. Monitoring sessions may last 
from 24 hours to several days. Behavior is moni- 
tored by video. 

Long-term EEG recordings can be performed on analog 
tapes; video tapes are most commonly used at pre- 
sent. Since it can be very tedious and expensive 
for somebody to review a 16-channel EEG recorded 
during several days, two strategies have oeen devel- 
oped to facilitate the process. Fast review systems 
allow displaying the EEG on a monitor at 10 to 60 
times the recording speed; this can be a very effi- 
cient process, particularly with 8 or fewer channels 
and when only major events are to be captured. Auto- 
matic detection methods, usually running on-line, 
allow processing 16 and sometimes more channels and 
detecting specific epileptiform activity 3uch as in- 
terictal spikes, spike-and-wave bursts and seizure 
patterns; these methods are far from perfect but can 
be used effectively if biased towards minimizing 
false negatives. Possible avenues to improve the 
performance of existing methods will be discussed. 



SEi-L.2 

Sleep Analysis as a Data Reduction Program 
Jack R. Smith 
Electrical Engineering Department 
University of Florida 
Gainesville, FL 32611 



Sleep analysis can be interpreted as a data 
reduction problem. Sleep staging, for example, 
consists of reducing 30 seconds of data to one 
byte and of reducing an eight hour record to less 
than 1000 bytes of information. Sleep staging 
provides an incomplete and inadequate description 
of a night's sleep. A subject reports that one 
night' ; sleep is much better than the next, yet 
sleep staging does not discriminate between them. 
There are methods for extracting additional 
information from the polysomnography data which 
more completely describe a nights sleep. The 
data reduction (sampling rates, number of 
channels, bits/sample and feature extraction) 
depend on the amount of information required by 
the clinic* ^n, and the method plays an important 
part in the system design and system cost. This 
paper provides system requirements for a variety 
of sleep data reduction methods. 



BE1-L.3 

EEG ^4^nitoring in Surgery 
R.A.F. Pronk*, A.J.R. SiitDns, E.H.J.P. Boezenvan 
Nicolet Biomedical Instruunents, Madison, wi, USA 
Continuous nonitoring of the functioning of the 
brain by means of the recording and processing of 
the electroencep:k.!Dgrain (EEG) can be clinically 
useful during surgical procedures where the 
cerebral perfusion and metabolism are at risk, for 
example, during neurosurgery, carotid endarterec- 
totty or cardiac surgery. The main objective of 
EE)G monitoring during surgery is to prevent ir- 
reversible brain damage resulting in postoperative 
neurologic conplications. For exanple, in carotid 
endarterectony, there is a risk of cerebral 
ischemia when the carotid aitery is clanped and 
the collateral blood supply is inadequate. Then, 
a decision to use a temporary bypass shunt is often 
based on significant ipsilateral slowing or volt- 
age attenuation of the EEG data recorded during 
test clanping of the carotid artery. Teii^rary 
bypass shunt used or not, in both cases, it is 
strongly recannended to continue the EEG monitor- 
ing in order to detect aberrant EEG activity 
caused by cerebral ischemia. R>r the continuous 
intraoperative EEG monitoring, it is alinost a 
practical requirement to use a cotputerized system 
which provides the recording of the EEG of both 
hemispheres, EEG data processing, feature extrac- 
tion and display, and the viutcmatic gaeration of 
warnings at the occurrence of aberrant EEG activity. 
Experiences with such a ocmputer-asaisted monitor- 
ing system will be discussed. 




BE1-L.4 

Objective Assessment of Anticonvulsant Efficacy by 
Analysis of Interictal EEG Activity, J.D. Frost, 
Jr.*, R.A. Hrachovy, D.G. Glaze, and P. Kellaway, 
Baylor College of Medicine, One Baylor Plaza, 
Houston, Texas. 

Although routine electroencephalography (EEC) pro- 
vides definitive information essential to the 
diagnosis and r^iassif ication of seizure disorders, 
it is not useful for assessing the effectiveness of 
drug treatment in individuals with partial (i.e., 
focal) seizures. We have demonstrated that seizure 
hazard can, however, be determined in a 
quantitative manner through computer analysis of 
interictal EEG spike waveformo. Chilaren with dis- 
crete spike foci and simple or complex partial sei- 
zures have been studied before and during treatment 
with sev^'-al anticonvulsant medications. Average 
spike parameteiw ^^^e determined during 5- to 
45-minute EEG samples obtained during NREM sleep. 
Measurements included spike amplitude (A), normal- 
ized sharpness (S), duration (D), and a mathemati- 
cal derivation, the co.nposite pike parameter 
(CSIr), defined as CSP -Ax D/S. In patients whose 
seizures were controlled by the drug treatment but 
whose EEGs continued to show interictal spikes, 
there was a decrease in the average spike 
amplitude, duration, and CSP, and an increase In 
normalized sharpness , compared with the 
pretreatment baseline values. These findings indi- 
cate that computer-based EEG analysis o*' interictal 
activity may provide an objective means for 
monitoring anticonvulsant drug efficacy. 
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InveTH Solutiona in 8D Ueing Propagation Models 
Tadashi Ihara and Roger C. Barr^ 
Duke University, Durham, NC 27706 USA. 

If excitation proceeds away from a site of origin lo- 
cated somewhere within & two-dimensional sheet of excitable 
tissue, can the site of origin be determined by examining tb? 
waveshapes on a few extracellular electrodes? We examiu.d 
this question in a number of specific examples, with com- 
puter simulations. The calculations assumed a stylized action 
potential shape. Propagation velocity was assumed constant 
but anisotropic (usually x :y was 3::1), although results for 
isotropic propagation were compared. Waveforms arising 
from the "true site of origin" were compared to the wave- 
forms arising at the same electrode sites when other "trial 
sites of origin" were used. Most often the RMS en or be- 
tween trial and true waveforms, averaged over the electrode 
sites, was used to characterize the difference between sets of 
trial and true waveforms. For the examples we evaluated, the 
error surfaces giving the RMS error as a function of trial site 
looked complex and were not simply extensions from known 
ID cases. How many extracellular waveforms were required 
to find the origin, if everything else was known? Surprisingly, 
with anisotropic propagation and low noise, the site of ori- 
gin could be foMnd unambiguously with only two extracellu- 
lar el;xtrodes (waveforms), except for symmetric examples, 
where three extracellular electrodes were required. Having 
more electrodes allowed recognition of the site despite higher 
(simulated) noise levels. 



BE1-M,2 

Localization of pre-excitation and arrhy- 
thmogenic sites by a single moving dipole, 
P. Savard*, M. Shenasa, R. Nadeau, P. Pag6 
Hopital Sacre-Coeur, Montreal, Canada. 

Epicardial mapping was used to evaluate the 
accuracy of a single moving dipole (SMD) for the 
localization of ventricular act* tion in patients 
subjected to anti -arrhythmia surgery. Body surface 
potential maps (BSPM) and epicardial electrograms 
were recorded with 63 leads in 12 Wolff- 
Parkinson-White (WPW) patients and in 8 patients 
with ventricular tachycardia (VT) during 14 
induced VT episodes. The SMD parameters were 
computed from the BSPM using the same torso model 
which included lungs. In WPW patients, the S'MD 
trajectory during the delta wave accurately 
depicted the progressif>n of pre-excitation away 
from the location of the accessory pathway found 
during surgery, and towards the rest of the heart. 
In VT patients, during the first 40 ms of the QRS 
the SMD moved erratically whereas the SMD 
orientation was grossly correlated with the 
location of initial activation: upwards from the 
apex, left-wards from the right ventricle and 
right-wards from the left ventricle. In conclu- 
sion, the SMD seemed to depict pre-excitation 
better than VT, because: 1) ECG baseline is 
difficult to identify in rapid VT, 2) cardiac 
activity is more complex during VT because of 
multiple wavefronts and myocardial infarction. 



BE1-M.3 

RECOVERY OF EPICARDIAL POTENTIALS FROM 
BODY SURFACE DATA IN A REALISTIC GEOMETRY 
TORSO, BJ Messingcr-Rapport and Y Rudy, Case Western 
Reserve University, Cleveland, Ohio, U.S.A. 

Inverse electrocardiography has as its goal the reconuruction 
of cardiac electrical events from information obtained non- 
invasively at the torso surface. The epicardial potential 
distribution, as a solution to the inverse problem, mirrors 
the electrical events within the underljmg myocardium in 
more detail than is possible from the body buifauj potential 
map alone. Although in principle the epicardial potential 
solution can be recovered from the complete set of body 
surface potentials, the ill-p*;sed nature of the inverse 
problem makes it necessary to apply regularization 
techniqueo lo stabilize the inversion. 

The inverse solution was tested on mc;uured data on a 
realistic geometry, electrolytic tank with a beating dog*s 
heart placed in the anatomically appropriate position. TU 
effect of error in estimating the placement of the heart 
within the torso tank was examined, it was found that 
Tikhonov regulanzction would permit a 1 cm error in 
estimation, but a 2 cm error could result in significani loss 
of resolution. Additional resuilj) are presented from a pilot 
study of the effect of the number and position of leads on 
the inversion. Results of these studies suggest that a stylized 
torso, based on a limited number of measurements, could 
replace the set of measured electrode location.. An example 
of a stylized torso with inverse epicardial solutions is 
presented. 
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Inverse ECG Model based u Inimum 
Relative EntroPV, Rcconstru^ ^ 
Principle. C. L. Nikias*, D. H. Brooks, 
and J. H. Siegel, Northeastern University, 
Boston, MA and MIEMSS, University of 
Maryland, Baltimore, MD. 

In response to the shortcomings of time-domain 
least-squares (LS) based methods, we introduce to 
the inverse problem of Electrocardiography an 
established frequency domain method, the minimum 
relative entropy (MRE) reconstruction principle, 
derived from an information-theoretic criterion. 
The MRE method reconstructs the power spectrum of 
each epicardial signal, starting from torso ECG 
measurements and incorporating the actual torso 
geometry of a single patient. Although this 
method does not have the advantage of being able 
to estimate the time domain signals, it can 
estimate frequency domain parameters which have 
been shown in our studies to be potentially 
useful in the detection and quantification of 
important cardial dysfunctions. We compare 
results obtained with the MRE and LS methods as a 
function of both measurement noi.tC and the size 
and shape of subarrays of torso sensors. Our 
results show that the MRE method appears to be 
more robust and in addition shows improved 
performance even with a small, compact subarray 
of sensors. 

Work supported by Whitaker Foundation 
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f issueStimulation Using Magnetic Fields: Current 
Technologj ..Uses and Problems W.A. Tacker, Jr., and 
J.D, Bourland Purdue University, West Lafayette, Indi- 
ana, 47907 

Magnetic field stimulav i is used experimentally in 
place of electrical field stimulation because it is less 
painful, and may be safer. Present design of the mag. 
netic coils produce large fields with diverse, and as yet 
poorly understood neurophysiological effects on tissue, 
especially in the CNS. Sites of stimulation, and path- 
ways which mediate the responses have been proposed, 
but to date are unproven. 

Stimulus duration, intensity and shape have not been 
optimized. The stimulus intensity is proportional to the 
rate of change of the magnetic fi.;ld and stimulus dura- 
tion is equal to the period durin/^ which the field is 
changing. The interaction of >riagnetic fields with tissue 
is weak, so very strong pulsed magnetic fields are 
required. Consequently, due to coil heating, repetition 
rates must be low and averaging techniques to analyze 
the neural responses are impractical. 

Magnetic stimulators designed for high intensity, 
concentrated fields at repetition rates of several Uz are 
needed to exploit this exc'ting new technique. 



BEl-0.2 

An Introduction to Magnetic Stimulation of the Brain 
and Neuromuscular Tissue, A.T. Barker, l.L. Freeston. 
and R. Jalinous, Department of Medical Physics and 
Clinical Engineering, Royal Hnllnmshire Hospital. Gl.»s. 
sop Road, SheflSeld, UNITED KINGDOM. 

The technique of magnetic stimulation of neuromiisnilar 
tissue, developed at the University of Sheffield, England, 
is becoming widely used for the clinical assessment <»f 
both central and peripheral nerve pathways. This paper 
will trace the historical development of the techni<juo 
and describe the basic theory behind magnetic stimula- 
tion Its advantages and disadvantages, compared U» 
con 'entional electrical stimulation, will be considered 
and the safety of magnetic stimulati.m of the brain will 
be discussed in terms of such parameters as induced elec- 
tric field, current density, charge and power depusititui. 



BEl-0.3 

Theory and Solutions for Magnetic Stimulation of Tis- 
sues, John Nyenhuis and J.D. Bourland, Purdue 
University, School of Electrical Engineering, West 
Lafayette, IN 47907 

In magnetic stimulation of tissue, current pulses are 
applied to a coil near excitable tissue. The curr ent in 
the coil generates a time-varying magnetic field which 
induces a stimulating electric field in the tissue. 
Except for the simplest conditions, analytical solution 
is intractable. Oui approach is to calculate approxi- 
mate solutions by digital techniques, and to verify 
them by measurement of the voltage between two 
probe tips in a tank of saline solution placed above the 
coil. 

Mudei results can be used to guide the design mag- 
netic stimulators. For example, our model shc^s that 
eflficient energy coupling requires a coil radius 3*eater 
than the coil-to- tissue separation. A second result 
from the model reveals a coniplic«»*'on for the u^er of a 
magnetic stimulator of conventional design. The peak 
intensity of the electric field is located near the radius 
of the coil, when the coil is near the target tissue. 
However, the peak intensity occurs further outside the 
radius of the coil as the distance between the tissue 
and coil increases. Use of multiple coils can obviate 
this potentially confounding effect. 



BEl-0.4 

Experience with Intraoperative Transcranial Magnetic 
Motor Evoked Potential (MEP) Monitoring, C.B. Shields. 
H.L. Edmonds, M.P.J. Paloheinio, J.R. Johnson, and 
R.T. Holt, Division of Neurosurgery, University of Louis- 
ville, Louisville, Kentucky. 

Intra operative spinal curd mon^turing wjlh .suniatuso», 
sory ev-ked potentials (SSEP^s) dues nut monitor n.-itoi 
pathways, is very sensitive to anesthetics and recjuires 
time consuming averaging techniques. With IRB 
approved informed consent, in 35 patients having umyn 
spinal surgery, lower limb potentials were obtauic^d i*n a 
'^adwell MES 10 with transcranial motor cortex maj^utitic 
stimulation EMG leg responses were obtained witit a 
neurometries analyzer (Cadwell). Respiratory gas ronr<>n- 
tration (02, C02, N2), blood pressure, heart "itite, EEG 
and upper facial muscle EMG*s were continuously in«»iu- 
t'^red, and 90% neuromuscular blockade was estinu.ted 
with electrically evoked peripheral mutor resp.^nses. Pain- 
less magietic stimulation produced m«it«ir iesp..iisps ui all 
awake patients preoperatively without spinal crd parii^l- 
ogy Intraoperative responses were obtained tu TTT 
cases MEP amplitude varied frt»m 0-5.000 Mr \. ai^l 
latency duration was 35i3 ms. Lnw dnsp v<.laiil»' 
anesthesics reduced MEP size. We can uvaui^^i Im.Hi ii 
sory (SSEP) and motor (MEP) functions of tin '.pni.il 
cord in awake and anesthetized patient?; X.. iun..u.ii.| 
effects of magnetic stimulation were nMi< d. Iml •.nj;-'ini; 
t Q Asludies are assessing effects on the biain 
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New methods to investigate the electrogenetic meclianisms 
of atrial arrhythmias in the clinical setting. 
M.Allessie (*), R. Antolini R.Bonanuni 
M.Discrtori (°), W.Lammcrs (*), L.Mangiardi 
F.Ravclli(§) 

(§) I.R.S.T., (+) Dept. Physics, Univ. Trcnio, (°) Dept. 
Cardiol, Trcnio, Italy , 1st. Cardiol. Univ. Torino, 
Italy, (*) Dept. Physiol., Univ. Limburg, Maastricht, NL 

In modem cardiological practice, many patients suffer from 
disabling cardiac arrhythmias, such as atrial flutter or 
fibrillation. These patients arc studied during catheterization 
of the heart and the therapheutical decisions arc based on a 
trial-and-error criteria due to the lack of information 
concerning the underlying electrogenetic mechanisms. We 
developed new methods of data analysis bh^ed on the study 
of the atrial cycle length variations. We demonstrated that 
during atrial flutter this variations 'icz due to mcchano- 
electrical effects related to the influence of the ventricular 
contraction on the atrial walls. This physiological 
mechanism allows to find out the mechanism of the 
rrrhythmia (circus movement) as well as some 
eitctrophysiological parameters of clinical interest. During 
atrial fibrillation the analysis of the atrial cycle length 
fluttuactions allows the evaluation of the refractory period of 
the atrial tissue. The spatial dispersion of this parameter is 
an important factor in the induction of this arrhythmia. All 
results obtained with the clinical data are compared with 
computer simulations. 



Improved Diagnostic Performance of Computerized 
Multivariate ST/HR-analysis in Myocardial Ischemia, 
H. Sicvancn', L. Ka^humaki^ I. Vuori^ J. Malmivuo, 
Biomedical Engineering Laboratory, Tampere Uni- 
versity of Tcchiiology, SP-33101, Tampere, Finland, 
tRanta-Hamc Central Hospital, Hamccnlinna, Finland, 
^UKK Institute for Health Promotiox Research, Tam- 
pere, Finland. 

Regardless of its high sensitivity to detect uc myocar 
dial ischemia the ST/HR-analysis is not applicable as 
a clinical diagnostic test due to its relatively low speci- 
ficity. The clinical performance of the test is imprci^cd 
significantly by taking into account the properties of 
the ST/HR-slope, the ST-scgmcnt value and shape, 
maximum hear^ rate and the EGG lead. By means 
of the specific multivariate approach the normal exer- 
cise EGG response is accurately distinguished from the 
ischemic response. 

The computerized multivariate ST/HR-analysis has no 
expectations about the patient material without any 
loss in the diagnostic performance. Disregarding the 
manifestation of the underlying ischemic disease the 
sensitivity and the specificity of our method were 100% 
and 87%, respectively. The corresponding clinical 
performance was 93.5%, which implies the superiority 
of the multivariate ST/HR-analysis in respect to other 
noninvasive EGG based diagnostic tests. 



BE1-P.3 

Con^Hitei^-Assist^ea Cardiac Electzcphysiology 
During cardictharacic Surgexy, D. S, Buckles*, 
M. E. Harold and P. C. Gillette, Pediatric 
cardiology. Medical University of South Carolina 

Conduotion system aberrations, accessory 
pathways, ectqpic foci and other electrical 
disorders of the ni/ocardium are frequently 
amenable to surgical intierventiion. Effective 
surgery requires specific knowledge of the 
locations and types of disorders. This 
information is often obtained during 
electrophysiology studies in tlie cardiac 
catheterization laboratx>ry, but must be verified 
in the operating roan. Also, electrophysiology 
mapp ing must be accompl ished imaiediately 
following the surgical procedure to ensure good 
results. A microcorputer-based system for mapping 
and graphic display of data has been developed 
for use during pediatric open heart surgery. 
Signads are acquired from reference and mapping 
leads with a modified PPG VR-16 recorder, and a?:^^^ 
then processed by an lEM PC/AT with a Data 
Translations EGOasoiA A/D board. The cai|xiter 
analyzes the relative tailing of as many as eic(ht 
reference and mapping signals, then displays the 
results in any of several color-coded cardiac 
surface maps. As well as beii^ rapid and 
reliable this ifisthod provides an easily 
conpr^ended display of the information required 
for effective surgical intervention. 



BE1-P.4 

Knowledge Representation of Cardiac Electrophysiological 
Phenomena in a Real-Time Measurement Environment 
W.J.Irler «). R.Antolini M.Kirchner <§). F.RavelH 
(§) I.R.S.T.. 1-38050 Trento - Povo. Italy 
(+) Department of Physics, University of Trento 

In automatic interpretation of on line measurcments in clinical 
electrophysiological tests, the knowledge representation of 
electric phenomena of the heart includes numerical and sym 
bolical issues: sequences of time-intervals, phase-cycle 
relations and stimulation response patterns fium different 
protocols. We integrated a knowledge-based test support 
system into a xeal time waveform recognition and measure 
mem device. It delivers descriptions of the beat-to-beat data 
plots and interpretation hints. The inferences about electro 
genetic mechanisms of the arrhythmias and their pharmaco- 
logical control arc obtained In real time by means of heuristics 
that need only a couple of poir.re rather than complete a 
posteriori statistics. Clinical examples concentrating on the 
atrial activity (atrial flutter and fibrillation) elucidate our 
"smart instrument" approach. 
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A portable system for digital 
recording of electrocardiogram, 
G. Baudoln and M.Chaouchc^ESIEE, 
BP 99, Noisy le Grand( France) 

"Holter" systems are portable tape recorders which 
record 24 hours of electrocardiographic signals 
(ECG).Reolacing them by digital recorders presents 
several advantages: a) elimination of mechanical 
problemes,b) possibility of simultaneous data pro- 
cessing, c) a better quality of recorded signals. 
But the digital recording of 2A hours of ECG sig- 
nals with a 200H2 sampling rate and Sbits by 
sample requires a lAMbytes memory area. 
The development and testing of several data com- 
pression methods applied to ecg have revealed 
that the Karhunen Loeve expansion with a lear- 
ning phase Is very efficier.t. This technique, used 
In conjunction with preprocessing and segmentat- 
ion of signals leads to a data rate reduction by 
a factor of about 10(the relative mean square er- 
ror is less than 2% for a digital rate of 200bs"l) 
A new robust QRS detection algorithm has been 
developped which is particularly efficient o^ 
noisy signals C'sportif") . This algorithm is 
based on mathematical morphology. The on line 
processing can be implemented on digital signal 
processors, and the new IMbits RAM makes it pos- 
sible to develop a digital holter system. 



BE1-P.6 

miLYSlS Oe MULTI-USAD EXERCISE ELEJCnROCARDIO 
OU^PHY, USING SINGULAR VMXJE DEXXWPOSITION( SVD) , 
U.Tachinaxdi* and S.S.EVouie^ Heaxrt Instrtute of 
Sao Paulo, C,P, 8091, S.P.-BRAZIL, 

Although multi-lead BOGs (mlEXXS) proved to be use - 
ful tool to enhance Exercise ECG (EE) accuracy, they 
greatly enlarge the amount of data to be stored and 
analysed, with a great level of redundancy. The oth 
er problem in ndBOG is to choose the proper leads 
to make measurements (like ST segment shift). We 
propose the use of SVD to analyze mlBOG of EEs.1t.*s 
method calculates the principal signals (PS) that 
can substitute the measured signals. iTor this pur - 
pose we usc^d an orthogonal array of EE signals (X, 
y,Z) of normal and ischemic patients, and calcu - 
lated their PS in which several EE parameters were 
extracted, i.g. the ST segment area measured in the 
first twj PS suggests a good agreement with inva- 
sive angiographic findings even better than tradi - 
tionul EE analysis methods. The PS signals can be 
analysed alone or plotting the loops of a pair of 
them. As the first twc PS represent more than 95V 
of the total information, the use of both together 
is a good way to represent the electrocardioqraphic 
phenomena, allowing the display of the biggest part 
of the energy in only one plane. An interesting fea 
ture is to lower the noise level in the fi^^^s PS. 
When applying SVD, the EE values are normalized, it 
means that the PS are less affected by anatomical 
discrepancies between the patients and by the dif - 
ferent technical protocols used. 



BEl-a.l 

Vndcrdamped Multiphasic sinusoids in the 
Defibrillation of 100 kg Calves, J. Schuder, 
W, McDaniel'^, //. stoccklo. University of 
Missouri, Columbia, Missouri, U.S.A. 

Experimental studios indicate that asymmotricaJ jbi- 
phasic rectangular waveforms are far superior to 
criticall*j (or near-^critically) damped sinusoids at.d 
to unipbasic trapezoidal waveforms. Nevertheless, 
perceived problems in creating such biphasic shocks 
in clinical apj^aratus have resulted in the latter 
two waveforms continuing to dominate the clinical 
defibrillation field. In the present study, 120 
fibrillAtion-defib illation episodes in which trans- 
thoracic defibrillation was attempted in six 92-109 
kg calves with a ver^ much underdamped sinusoid in 
which ztfiu crossings were separated by 4. OS ms and 
the successive peaks were ^-58, "16.5, +4. 7... A were 
interlaced with 120 episodes involving a rectangw 
lar waveform having a leading half-cycle of -fSS A, 
4 ms and a lagging half-cycle of -18.5 A, 4 ms. The 
underdamped sinusoids, with resistance of 21.0±2.6 
n and a mean delivered energy of 148 J were success- 
ful in 88 (73%) of the episodes. Values for the 
rectangular waveforms were 21.1*2.5 151 J, and 
91 (76%). Since the success rate for the two wave- 
forms are not significantly different, the results 
suggest that the effectiveness of the anderdamr.d 
multiphasic sinusoidal waveform comparable with 
the biphasic rectangular waveform and, hence, also 
appreciably superior to the shocks used clinically. 



BEl-a.2 

Detrimental Effects of an SplcardJal Patch on 
fansthoraclc DeflDrillation, .J. p. WiKSwo, .jr.^, 
^.G. Sepulveda and D.S. Echt, Vanderbilt 
Unlversityi Nashville, 7N, USA 

Implantable defibrillator systems use one or tvo 
epl::ardial p^tch el<2Ctrodes Insulated on oro Jldo 
to minimize energy loss in the lungs and tiio^ax. 
However, there Is a clinical conc^ ,j t*!^^^ tho 
presence of internal patch electrode (s) may 
increase the energy required for tran.^irioracic 
(external) defibrillation due to the patch 
insulation. ronically, thl.-? problem would bo 
greatest In patients whose nign Internal on^rty 
requirements mandate two lar^v patch»^3 for 
successful Internal deflbr Illation. We have 
therefore studied the effects of insulated mternai 
patches on tne external defibrillation threshoil 
using a 2~dlmen3lonal mathematical model of the 
canine thorjix with the predictions that defibril- 
lation requl'^es S 80 j5 of the heart to be rendered 
InexcltabU) by a current density i 35 mA/cm'. 
Without a patch electrode, 106 Joules were neede<? 
to deflbrlll^.e the model transthoraclc<Uly. The 
addition of a single 16 cm^ insulated patch to the 
LV apex increased the required energy to 1 8^ J . 
uarger patche.^ and the use of two patches furthei 
increased the transthoracic energy requirements. 
While our 2-b model can only approximate che 
transthoracic current distributions in a 3-D 
thorax, we conclude that large epicardial patch 
electri- s can significantly increase trans- 
ahqraclc dcflDrillatlon needs. 
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BEl-a.3 

FIBRILLATION THRESHOLD A«D VENTRICULAR 
WEIGHT. E Ruiz, J Rodriguez, I Medina 
and ME Va 1 en t i nuzz i . B i o i ngen i er ia , 
Universiaad Nacional de TucumSn, cc 28 
sue 2, 4000 Tucumk>, Argentina. 

The objective was to search for a 
possible relationship between ventricular 
wej.gth (VW) arid fibrillation threshold 
(FT). We used 14 small cats (average VW 
2.5 g, SD 0.4), triggering fibrillation 
with jingle 5 ms rectangular pulses 
synchronized with the ECG and adequately- 
delayed. Bipolar hook electrodes were 
placed on the basal region of the heart. 
FT was scaled to VW obtaining zn overdll 
average of 7.9 mA/g (SD 3.7) for 52 
Deasurements. Average results from tnree 
other g**oup£ of larger animals were: 5.9 
mA/g (SD 1.4) in 4 dog puppies of 5 g VW 
(SD 0.9), ".0 mA/g (SD 0.6) ir. another 4 
puppies of 20 g VW (SD 3.8) and 0.24 mA/g 
(SD 0.08) in 11 adult dogs 64 g VW (SD 
14.8). We did not run any statistical 
comparison between groups, but these 
results show a tendency, i.e., as 
"^'entricular weigth Increases, 
fibrillation threshold decreases, '''hus, 
hypert rophied hearts would fibrillate 
more easily than normal size ones. 
CONICET and CIUNT grants. 



BEl-a.4 

A Preliminary Study on the Index 
ror the Excitability of blyocar- 
dium, Xin-yin Xu, Ye-cho Huang*, 
Xian Medical University, Xian, 
China. 

Geddes reported that the membrance time cons- 
tant T of myocardial cell derived from the ex- 
perimental data of pacing and defibrillation 
are reaijonably similar, and T equals chronaxie 
c approximately. Huo Zong Lian advanced that 
the standard electrical quantity a he named was 
an actual index for the excitability of tissue 
or cells. The experiments about excitability of 
myocardium (fM) have been done on 5 patients 
and 7 dogs with the pacing system analyzer we 
developed. EM was changed by drugs and strength 
-duration curves were measured by stimulation 
threshold, \'arying rectangular current pulse 
durationsio.Ol -2.5ms) . lh«>n the constants band 
a in WETS8 f jrmula were calculated, and c was 
derived from a/b. Results: (1) a decreases or 
increases as EM rises or reduces respectively, 
but f) and c do not. (2) The average T of pa- 
tients and dogs are 1.311+0.406(SD) and 1.069+ 
0.322(SD> resi^ectively. Considering strength- 
duration curve for energy and the function of 
energy o^mjjensation in pacemaker, the pulse 
duration of pacemaker had better be designed 
aU^ut T/2. 



A SEQUENTIAL ALGORITHM FOR DETECTION OP 
VENTRICULAR FIBRILLATION - N. Thakor and Z. 
Yi-Sheng, Biomedical Engineering, Johns 
Hopkins University, Baltimore, MD, USA. 

Ventricular fibrillation (VP) is a life- 
threatening arrhythmia that must be imme- 
diately and accurately detected. An auto- 
matic implantable defibrillator delivers a 
lifesaving high-energy shock to the heart 
when VF is detected. An algorithm is 
presented that reliably discriminates VP 
from other ventricular arrhythmias. 

VP signal is first compared with a 
threshold (20% of peak) to obtain a binary 
signal. The mean value of tin.e intt?rval 
between threshold crossing is smaller in 
tachycardia and VF than in aorn\al rhythrr.. 
The variance of these intervals is smaller 
in tachycardia than in VP. A test is 
constructed that discriminates between mean 
and variance of threshold crossing 
intervals of different arrhythmias. A 
sequential algorithm, based on Wald's 
hypothesis technique, is constructed. The 
decision to detect VP is made for 
successive, 1 second segments of sampled 
data. The detection thresholds are 
established so as to obtain desired false 
positive and negative rates. 

In a study of 179 episodes, VP detection 
accuracy was 95% after 3 segments, 97.6% 
after 5 segments and 100% after 7 segments. 



BEl-R.l 

Tine Frequency Distribution Mappings of Event -Related 

Potentials in Kornlmber Experiments. 

F.Babiloni'^ , S.Salinar"**, A.Urbano 

1st, di Fisiologia Lmana-Universiik di Roma *'La 

Sapienza"-Piazz,le A.Moro 5-00100 ROMA 

'^'Dip, di Infcrmatica e Sisiemisiica-UniVersiia di Roma "La 

SapienLa"-ViaEudossiana 18- 00184 ROMA 

Spectral analysis is one of the most used tools in signal 
processing, however the underlying hypothesis, for its use 
is the steady state behaviour of data to be processed. In 
many cases, the biological signals are deeply nun 
stationary, this motivates the need for the data description 
in a time frequency joint domains. We attempt this non 
stationary spectral analysis to the signals recorded during a 
Kornhuber experiment, we want to study changes in the 
amplitude of Fourier coefficenis at different frequencies, 

J - ^ * 1 — i^»:^^^u; A» .u;*- .%.t«..%/^<-A 

recorded Kornhuber potentials in normal and parkinsonian 
subjects form 30 channels placed on the scalp.We 
computed the time frequency distribution of the signals by 
different algorithms. Data windowing is performed by 
Hamming or split-cosine functions. A PDPll/23 plus 
computer was used for data processing. 
3D graphics shows the time frequency distribution for 
every signal recorded. Amplitude and power color 
mappings were aho pei formed, at frequency of interest, in 
order to follow the temporal evolution of Fourier 
components over the whole scalp. 
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BE1-R,2 

Estimation of ERP Parameters based on the Time- 
sequenced Adaptive Filter, N.Takano* and K.Yana, 
Hosei University, Koganei City, Tokyo Japan. 

Accurate estimations of latency, amplitude and 
waveform of ERPs(Event Related Potentials) are 
difficult because of ihe^- low signal(ERP)-to- 
noise(back ground EEG) ratio. Averaging method ard 
the adaptive correlation filter have been utilizad 
for these estimations. As an ir;proved method, we 
would like to propose the following procedure. 
StegJ,: Average original EEG data to make a 
reference waveform for adaptive filtering. step2 ; 
Compute time dependent filter coefficients on and 
around the peak point of the reference waveform. 
step3 ; Obtain the amount of time-shift for each 
original data which gives the best match between 
the reference waveform and filter output. step4 ; 
Average time-shifted original data according to 
the amount given by step3 to make an improved 
reference waveform for adaptive filtering. Repeat 
steps2-4 until the convergence condition based on 
the amount of tim£-shift in the step3 will be met. 
step5 ; Perform the ERP signal emphasis for each 
time-shifted data to obtain the estimate of single 
ERP waveform and it's amplitude, by the time- 
sequenced adaptive filtering technique. 
The preliminary experiment showed the improvement 
in the estimations of ERP latency and amplitude. 
This method may also give us the estimate of 
single ERP waveform in each original data. 



BEdL~R«3 

ADAPTIVE FILTERING OF TRANSIENT EVOKED 
POTENTIALS - N. Thakor*and C, Vaz, 
Biomedical Engineering, The Johns Hopkins 
University, Baltimore, MD 21205, USA* 

Evoked potential (EP) monitoring may be 
an important technique in monitoring the 
status of the brain in neurological surgery 
and intensive care. This requires that 
transient and time-varying events be 
captured. An adaptive filtering (AF) 
technique is presented that rapidly 
improves signal-to-noise ratio (SNR). 

EP signals are modelled by a Fourier 
linear combiner (FLC). Fourier coefficients 
for a truncated series are estimated. A 
1 east-mean-square (LHS) algorithm is 
employed to recursively minimize the mean- 
squared error (MSE) between successive 
ensembles and the FLC model of EP, The LMS 
algorithm permits improvement in MSE, as 
well as adaptation to time-varying events. 
Comparison with ensemble averaging reveals 
that AF improves SNR more rapidly and 
tracks transient changes in EP amplitudes. 

This research deals with two theoretical 
issues: 1) optimal selection of model 
order, and 2) selection of fast convergence 
rates while maintaining stability. 

AF technique is currently being tested 
in two protocols: neurologic response to 1) 
induced hypoxia in dogs.- and 2) induced 
hypotension in human volunteers. 



BE1-R.4 

A Two Dimensional Approach on the Problem of Filter- 
ing Evoked Potentials, 0. Svensson, Telecommunication 
Theory, University of Lund, Box 118> S-221 00 Lund, 
S^veden. 

When it is of interest to follow changes of an evoked 
response it is nessesary to achieve an interpretable re- 
sponse with few trials. Filtering methods can be used 
both along the traces and cross the traces. The LMS 
adaptive filter algoritm is used for filtering along the 
traces. The bias as well as the sensitivity to changes in 
the response for the LMS adaptive filter are analysed. 
Evoked responses often contain higher frequencies at the 
beginning of the response than to\vards the end. The 
response is therefore divided into different time slices 
where different adaptive filters operate in the different 
slices. 

Averaging is the common method for filtering cross the 
traces. This method can be viewed as a FIR-filter having 
a uniform impulse response. By using an IIR-filter with 
an exponential impulse response instead , higher weight 
can be given to the latest trial and hence changes in the 
response are easier to follow. The time constant of this 
cross trace filter can easily be tuned to obtain an optimal 
trade off between time constant and signal to noise ratio 
in the response. Results based on simulated data are 
presented where both white and EEG-lihe background 
noises are used. 

19 



BE1-R.5 

Methods for single sweep processing of 
evoked and event-related potentials 

D. Liberati, S. Cetutti* G. Pavesi 
CNR-CTS, Dipartimento di Elettronica, 
Politecnico, Milano, Italy 

The variability occurring in successive evoked 
(EP) or event-related (ERP) potentials obtained 
wir.h the same protocol from the same patient 
becomes more and more evident with the increa- 
sing of the complexity of the involved neurophy- 
siological or psychological task. Moreover, in 
monitoring during neurosurgery, a \^ariety of 
sweep-by-sweep changes in the main parameters of 
the evoked potentials can provide important 
feedback information about the correctness of 
the surgery itself. In such cases, a mp^hoH 
developed for detecting the sweep-by-sweep 
variability becomes an important tool. 
The proposed techniques are based on the addi- 
tive superposition of signal and noise (bac- 
kground EEG), and on a model of the EEG itself 
as an AatoRegressive process. 

On the basis f this moJel» a few parameters are 
sweep-by-sweep extracted which try to describe 
the dynamics of the neural response. 
Results obtained on both simulated and real 
signals confirm the capability of the model for 
single sweep classification » besides showing 
improvement in the S/N ratio xn respect to the 
traditional filtering. 

4 
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A Linear System's Approach to the Rela- 
tionship between Visual Evoked Potentials 
and the Prestimulus EEG. 
Michael E. Brandt* and Ben H. Jansen, Univer- 
sity of Houston, Dept. cl Electrical Engineering, 
Houston, TX 77004, USa. 

Various signal theoretic procedures (e.g., averaging, 
adaptive filtering) can be u^cd to improve the signal-to- 
noise ratio of evoked potential (^P) measurements. It is 
conceivable that methods based on a model of EP gener- 
ation could lead to a dramatic increase in performance. 
Specifically, knowledge of the relationship between the 
EEG in>-nediatley preceeding the EP and the shape of the 
EP could be of major importance. This relationship is 
largely unknown. Previous work in this area has generated 
some support for the hypothesis that the EP is essentially 
a modified version of the EEG present at the time of the 
stimulation. 

In the present study, healthy volunteers were sub- 
jected to a long series of randomly presented, identical 
flash stimuli over a one hour period. Clustering was done 
on the 1 sec prestimulus intervals and the poststimulus 
epochs co*responding to a given prestimulus cluster were 
used to compute an average EP (AEP). The relationships 
between prestimulus EEG and VEP shape thus diocovered 
will be discussed. 
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BE2-A.1 

AUTOMATED DELIVERY OF I.V. ANESTHETIC 
AGENTS: MODELING CONSIDERATIONS, 
James R. Jacobs* and Peter S. A, Glass, Department 
of Anesthesiology, Duke University Medical Center, 
Durham, NC 27710 USA 

Until the pharmacodynamics of general anesthesia have been 
belter quantified, reliable and versatile closed-loop 
admmistraiion of intravenous anesthetic agents will not be 
possible. Alternatively, we feel that open-loop delivery of 
these drugs is optimally realized with a pharmacokinetic 
model-driven system, where the physician titrates the 
theoretical drug plasma concentration to achieve the desired 
clinical effect. This approach requires techniques for 
modeling both the pharmacokinetics of the dnig(s) being 
infused and the plasma concentration-effect relationship. 
With regard to the former, discrete and analytical approaches 
to the real-time simulation of compartmental pharmacokmetic 
models have been developed and are readily implemented in 
software; real-time sensors of actual drug plasma concen- 
tration are not available and, in our opinion, are not 
necessary. Although elegant concentration-effect models 
have been suggested for some drujs, fcr i.v. anesthetic 
agents, the determination of CpSO's (analogous to M A.C. 
for inhalaaonal anesthetic agents) by logistic regression 
modehng has proven to be the most useful in clinicd practice. 



BE2-A.2 

Modeling and Siniulation of the Ef fect:s 
of Antiarrhyttoic Agent:s, T. C. Jannett* 
L. C. SheK^ard, and G. N. Kay, Tne 
University of Alebaira at Birmingham, 
University Statiax, Birmingtood, AL 35294 



Pharmcicologic caxtxol of a physiological varia- 
ble requires krx?wledge of the dynamics of the 
response to drug infusiax. Mathonatical irodeling 
and siinulat:iOT vjere erplpyed in the develc^ment 
of an autonated systen for lidocaine admiiistra- 
t:iai. A Tccdel of the rate of pronature ventricu- 
lar ccaitxact:iais (PVC rate) and its response to 
lidocaine infusion was develc^^ in si^ton iden- 
t:ificatiax ejq^erinents . The model was used to 
design a closed-loc^ cait:rol systen for the 
regulatiax of the PVC rate at a desired set 
point, infusiai raire constraincs were ufcivelopad 
based oa the analysis of a pharmacokinetic model 
to limit the predict::ed lidocaine serum concen- 
tration to a safe level during operatioi of the 
closed-lcc^ systau. Qperatiai of the systien was 
validated in cai^aiter siirailaticxis of the PVC 
rate and the lidocaine serum caicentratJ.on dur- 
ing closed-loop drug infusion. 



BE2-A.3 

Hydrogels for Controlled Delivery of Drugs 
T. J. Laughlin, Schering-Plough Corpora- 
tion, Me^aphis, TN, and P.. L. Dunn*, Vipont 
Laboratories, Inc., Ft. Collins, CO. 

Hydrogel alloys can be prepared by blending 
select hydrophobic and hydrophilic polymers. The 
integrity of the alloy is determined by the 
noncovalent bonds (ionic, dipole-dipole , and 
hydrogen bonds) and hydrophobic interactions 
formed between polymers. 

We have been investigating the control led-release 
and swelling properties of blends of polystyrene 
maleic anhydride and polyCvinyl acetate). The 
water sorption rate, water sorption capacity, and 
therraoplasticity can be controlled by selecting 
the proper composition and processing procedure. 
We have observed sorption capacities for up to 30 

tiiSeS the '^'Sight of ^•«^* ;»lloy. Wp h;ive ?0 

observed an apparent zero-order release of 
tetracycline and insulin from tablets made from 
these alloys. The release appeared to be 
controlled by an erosional raechanisra. 
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BE2-A.4 

Automatic Computer Control of 
Neuromuscular Blockade, T.J* Quill*, 
P.S* Glass, J.R. Jacobs, and J.G. 
Reves, Duke University Medical Center, 
Durham, N.C., 27710 



The design and development of an auto- 
matic computer controlled infusion sys- 
tem for the administration of either 
vecuronium biomide or atracurium besy- 
late for human surgical relaxation is 
described in detail. 
The system utilizes a Puritan-Bennett 
evoked EMG unit and an Intel 808B micro- 
processor based modified adaptive FID 
controller driving an IVAC medical pre- 
cision infusion pump, and successfully 
maintains the evoked EMG consistently 
within narrow tolerances. The controller 
utilizes an internal pharmacokinetic 
model based upon measured drug charac- 
teristics in order to provide noise 
detection and elimination. Results of 
systen performance upon 40 human sub- 
jects are presented. The principles de- 
scribed could be easily utilized in the 
development of other automated drug 
delivery systems based upon closed loop 
pharmacodynamic feedback. 



BE2-B.1 

Prostacyclin - Releasing Sutures for 
the Prevention of Venous Thrombosis 
R. L. Dunn*, C. A. Eddy, and L. E. Laufe 
Ft. Collins, CO and San Antonio, TX 

The prostacycin analogue Iloprost 
from Schering AG, Berlin, West Germany was 
incorporated into pol ycaprol acton'B , a 
biodegradable polymer. The blend Qf drug 
and polymer was extruded as a monofilament 
on a melt inde>:er and drawn to a s\2e 9-0 
suture. The fiber containing 0.25 ug of 
drug per centimeter of fiber was armed 
with a lOO-um 3/8 circle taper — point 
needle. Control sutures were prepared 
using pol ycaprolactone and no drug- 
Bilateral transection and anastomosis of 
the common femoral vein was conducted in 
thirteen rats with the drug prcstacycl in- 
releasing sutures on one vessel and the 
control sutures on the contralateral 
vessel. An e>:aminati on 24 hours post- 
operatively showed the prostacyclin- 
sutured anastomoses were patent with a 
uniform absence of thrombosis. The 
control anastomoses gave five patent and 
eight occluded vessels with a dense, well- 
or-ganized fibrinous clot that filled the 
entire lumen. These results demonstrate 
the effectiveness of the local delivery of 
prostacyclin from the suture In Inhibiting 
thrombus formatlon- 



BE2-B.2 

Polymeric Implants for Delivery of Anti- 
cancer Agents , J. D. Strobel*, T. J. 
Laughlin, F. Osrroy+, M. B. Lilly+, 
B. H. Perkins, and R. L. Dunn, Southern 
Research Institute and University of 
Alabama at Birminghajn+, Birmingham, AL. 

We have prepared prototype implants for the 
controlled release of three anticancer agents: 
misonidazole (MSND) , adriamycin (ADM), and 
cytosine arabinoside. The studies were 
undertaken to determine the feasibility of 
delivering the drug directly to malignant 
tissue to increase efficacy and reduce 
toxicity. It was anticipated that the 
drug-releasing implants, would be used in 
combination with radiation or hyperthermia 
treatments. Therefore, for implants that 
contained MSND or ADM. orthodontic wirp ua« 
coated with the drug and a polymeric excipient. 
Drug and polymer were matched to achieve the 
targeted rate and duration of relt ise. A 
variety of polymers were examined for 
permeability characteristics, including a 
polypropylene, a polyethylene, an ethylene 
vinyl acetate copolymer, a polyether 
polyurethane, polycaprolactone , a h^roxyethyl 
methacrylate/methacrylate copolymer, and a 
DL-lactide/glycolide copolymer. Fabrication 
processes included melt spinning and dip coat- 
ing* 

19 



BE2-B.3 

Fu7.zy Control of Arterial Pressure by Drug 
Infusion Using a Fuzzy Expert System *FLOPS 

H. VingJ Fi.C. Sheppard, and D.M. Tucker 

1) Department of Biomedical Engineering 
University of Alabama at Birmingham 
Birmingham, AL, 35294, USA. 

2) Kemp-Carraway Heart Institute 
Birmingham, AL, 35234, USA. 

Fuzzy controllers are conceptually ruJe- 
based and have the ability to control proces- 
ses without explicit mathematical models, lu 
this paper we propose a new type of fuzzy 
controller which is not based on the existing 
fuzzy control theory. Instead, this fuzzy 
controller is based on general-purpose Fn^.zy 
LOgic Production System FLOPS. Human m^nn 
arterial pressure was regulated by this fuzzy 
controller, in digital computer simulation, by 
controlling the infusion rate of the drug, 
sodium nitroprusside. In the presence of non- 
stationary background arterial pressure varia- 
tion, mean arterial pressures of different 
patients with different sensitivities to so- 
dium nitroprusside were controlled satisfacto- 
rily. Furthermore, the stimulated results using 
a first-order linear model demonstrated that 
the performance of the proposed fuzzy control- 
ler was superior to that of a fine-tuned Pro- 
portional-Integral (PI) controller. 

6 
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BE2-B.4 

Automatic control of halothane 
anesthesia » F.J. Sasse *, G.F. Schils 
and V.C. Rldeout, University of 
Wisconsin, Madison, WI 53792, USA. 

The design and laboratory implementation of 
a controller for halothane anesthesia in dogs is 
described. Difficulties with the control of mean 
arterial pressure (MAP) during linear (PI) 
control prompted the design of an ON/OFF 
controller. The ON/ OFF controller provided fewer 
tradeoffs between stability and speed of 
response. 

Recognizing that the desired and undesired 
effects of an anesthetic span several 
physiological systems, a method was devised to 
coordinate the control or two physiological 
variables (MAP and an EEG measure) with the 
single anesthetic agent. 

The design criteria of a controller for 
inhalation anesthetics are discussed in detail. 
Clinical issues considered are the possible 
clinical utility of an automatic controller, the 
clinical timeframe, and the general 
characteristics of the clinical control of the 
depth of anesthesia. Related control i^jsues 
considered are the choice of a control method, 
the desirability and I'mitations of adaptation, 
the choice of output signals, and the user 
interaction. 



BE2-C.1 

Spennicide-Releasing Vaginal Diaphragm . 
Benjamin S. Kelley*, Richard L. Dunn, 
Amelia G. Potter, Southern Research Insti- 
tute, 2000 9th Avenue S., Birmingham, AL. 

Vaginal barrier diaphragms are a viable and 
convenient means of reversible contraception, 
but acceptance is limited because of the messy 
creams or j.^llies and maintenance. We have 
studied the release kinetics of the spermicide 
nonoxynol-9 (NN9) from biocompatible themao- 
plastic elastomers. This has included 
examining manufacturing processes that can be 
used to economically manufacture the elastomer- 
spermicide-lubricant/rate modifier blend. The 
goal has been to develop a convenient barrier 
contraceptive that is inexpensive, effective, 
and requires a lower degree of user motivation. 
Animal studies using cither diaphragms or 
medicated rods have also been conducted in 
baboons or rabbits to screen for efficacy and 
safety. We have found that effective doses of 
NN9 can be delivered from several different 
biocompatible elastomers over a 24-hr period 
without greatly compromising the physical 
properties of the elastomers. Our goals have 
been to release about 30 mg of NN9 from the 
diaphragm in 1 hr and about 150 to 180 rag over 
a 24-hr period. We hope to soon begin Phase I 
human clinical trials. (Sponsored by tha 
National Institute of Child Health and Human 
Development •) 



BE2-C.2 

CACI n: PHARMACOKINETIC MODEL- 
DRIVEN DRUG DELIVERY, James R. Jacobs * 
Peter S.A. Glass, Eric D. Hawkins, J.G. Reves, 
Department of Anesthesiology, Duke University 
Medical Center, Durham, NC 27710 USA 

CACI II (figure) is a pharmacokinetic model-driven drug 
delivery system for intravenous anesthetic agents. The output 
(A) of a 3-compartment pharmacokinetic simulation I ^ 
compared with the setpoint plasma concentration (B). A 
simple infusion algorithm acts on the error signal (C) to 
generate an optimal drug infusion rate P) to [theoretically] 
maintain the setpoint plasma concentration during a specified 
period of time. Drug is delivered to the patient (E) and the 
model is updated (F). The physician may adjust the setpoint 
as often as required to titrate a stable anesthetic. CAQ II has 
been used to deliver fcntanyl, sufentanil, alfentanil, propofol, 
sufentanil/ midazolam, or fentanyl/midazolam as the primary 
or adjuvant anesthetic to more than 100 patients. The clinical 
utility of CACI II has been excellent, and we believe that 
devices of this nature will play a major role in the future of 
intravenous drug therapy in a variety of clinical settings. 



CACI n intu$:«n 
Atgorllhm 



Phifin«e«kln«tte 
Simutitlon 



B^2-C.3 

Open and Closed* Ijoop Ccxitrol of Prenature 
Ventricular ContractJ-ons, T. C. Jannett, 
G, N, Kay, and L. C. SheFpard, The 
University of Alabana at Bintdngham, 
University Statical, Birmingtiam, AL 35294 



An autonated drug delivery systan vMch incorpo- 
rates open-loop and closed-loop lidocaine infu- 
sion for the si^ressioi of prenature ventricu- 
lar contractions (PVCs) was tested in clinical 
trials. Ca the first day of the study, an open- 
loop fusion regiiten based on a phannacokinetic 
node] 'as used to quickly achieve and maintain a 
therapeutic lidocaltie serum level. On the second 
day of the st!id^, closed-loop control was used 
to regulate the PVC rate at a set point level 
after a therapeutic serum concentration was 
achieved by open-loc^ infusion. The drug infu- 
sion rate was constrained during closed-loop 
control tx> keep the predicted serum concentra- 
tion between and Icwer limits. Measured 
concentratiais v«re corpared to predicted val- 
ues. During closed-loop drug infusion, satis- 
factory regulation of the PVC rate was achieved 
with predictable serum concentrations. 
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BE2-C.4 

Insulin Administration with Implantable 
Pumps by Various Routes, Zingg* and 
M«V« Sefton, Research Institute, The 
Hospital for Sick Children, Institute 
of Biomedical Engineering and Department 
of Chemical Engineering, University of 
Toronto* 

Parenteral administration of insulin is mandatory* 
Traditionally it is given subcutaneously once a 
day* To cope with individual metabolic require- 
ments, multiple injections and continuous infusion 
by wearable or implantable pumps have been used; 
the infusion can be subcutaneous, intravenous or 
intraperitoneal* We have assessed these routes in 
a homogenous population of rsts, and found a wide 
variability* The route is not important because 
of the presence of normal compensatory factors* 
In diabetics however, there is a deticit of these 
factors and as a result the metabolic control is 
defective because of a lack of counterregulatory 
action* Both constant i.ifusion rate and program- 
mable - telemetry commanded implantable pumps are 
useful in selected patients, but without a 
continuous glucose sensor to create a closed-loop 
system the application is limited* Other major 
problems are power consumption and the biological 
reaction to the presence of the implant* 



BE2-C*5 

Automatic Control of Anesthetic Delivery and 
Ventilation During Surgery y R* G* Ritchie*, E* 
A* Ernst, B* L* Pate, J* D* Pearson, L* C* 
Sheppard, University of Alabama at 
Birmingham, Birmingham, AL 35294 

Use of a closed rebreathing circuit for anesthesia 
delivery offers several advantages: conservation of 
anesthetic agent, natural heating and humldlfleatlon of 
inspired gases, less pollution, and Improved monitoring* 
However, the technique requires careful control of the 
fresh gas and anesthetic delivery* An anesthesia 
delivery system has been developed which 
automatically controls fresh gas delivery, anesthetic 
delivery, and ventilation in order to regulate circuit 
volume, oxygen concentration, end-tidal anesthetic 
concentration and end-tidal PCO2 in a closed breathing 
circuit* The system makes available the advantages of 
the closed-circuit technique without encumbering the 
anesthesiologist with Its more demanding control tasks* 

During animal testing, the system's response to 
step changes in end-tidal PCO2 setpoint, end-tidal 
anesthetic setpoint, and oxygen uptake were recorded. 
All controllers were stable and exhibited clinically 
acceptable^ response times* End-tidal anesthetic 
concentration could be quickly increased without 
opening the breathing circuit* During circuit volume 
regulation, oxygen delivery tracked sudden changes in 
oxygen uptake, making the system a good monitor of 
changes in oxygen uptake* 

Funding: Ohmeda Grant #RMR080283 



BE3-A*1 

The Distributed I'ransmural Parameters of LJ 
Function, Metabolism and Perfusion, R. Beyar 
and S* Sideman, Biomedical Engineering, 
Technion-IIT, Haifa, Israel* 

A model approach to the inter -alationship between 
left ventricular (LV) mechanics, perfusion and 
ene getics in a symmetrical ellipsoidal shape is 
presented. The complex model is composed of a 
hierarchical set of tightly linked models which 
combine the geometry of the LV, its fibrous struc- 
ture, radial electrical activation, and properties 
of the muscle fibers to yield the stress and pres- 
sure distribution within the LV wall, which in turn 
affect the perfusion and energetic models. The 
energetic model links the mechanical parameters of 
an individual fiber contraction via its length and 
force to yield the local and global oxygen consump- 
tion. The perfusion model utilizes the pressure 
distribution fror the mechanical model, combined 
with the oxygen demand as specified by the energe- 
tic model, and uses basic laws of microcirculation 
dynamics, in order to simulate the distribution of 
myocardial perfusion across the LV wall. Combining 
these three models yields the temperature distribu- 
tion across the LV wall* This model approach 
provides a tool to study the complex interrelation- 
ships between the different aspects of cardiac 
contraction. 



BE3-A*2 

Integrity of myocardial fiber structure maintained 
by fiber load induced local growth* T« Arts* P* 
Bovendeerd, F* Prinzen, R*S* Reneman, University 
of Limburg, 6200 MD MAASTRICHT, The Netherlands* 

A change in hemodynamic load induces adaptations 
of the heart within a few weeks* Despite this 
flexibility in local growth, integrity of global 
myocardial fiber structure is maintained* In a 
computer simulation two hypothesis on the under- 
lying growth control mechanism were investigated, 
both having in common that muscle fiber growth/ 
degradation is induced by maximum muscle fiber 
stress* When controlling end-diastolic sarcomere 
length (SL), on the long term the structure ap- 
»ars to be unstable * However , when controlling 
.le number of sarcomeres along a myocardial fiber 
by the amount of sarcomere shortening dui ing 
systole (positive feedback), the transmural course 
of muscle fiber orientation is found to be very 
stable self correcting and close to anatomical 
findings* Thus, the global, coTiplicated cardiac 
structure can be maintained by the control signals 
fiber stress and sarcomere length, which are lo- 
cally available at the cellular level* 
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BE3-A.3 

Accurate Prediction of Stroke Work from Sy^^tolic 
and Diastolic Pressure-Volume Relations in the 
Isolated Canine Heart, W.L. Maughan , D, Kass, K. 
Sagawa, Johns Hopkins Medical Institutions, 
Baltimore, MD 21205. 

It would *ie valuable if cardiac performance 
assessed under on set of conditions could be 
applied to predict performance under other 
conditions. If end-systolic pressure -volume 
relationship is modelled by a linear function 
(Pes-Ees(Ves-Vo) and end-diastolic pressure-volume 
relationship by an exponential function 
(Ped-Ae-^^^^^'^^O » stroke worJc can be predicted 
(SWp) under various filling pressures (Ped), 
afterloads (Ea) and contractile states (Ees,Vo). 
To test the model predictions, we compared SWp 
with measured stroke work (SWm) in 12 isolated 
canine hearts ejecting against a computer 
controlled loading system. For Ped from -5 to 31 
mmHg (mean 6.8+8), Ea from 2 to 32 mmHg/ml (mean 
9.4 +4.8), and Ees from 2.6 to 11 mmHg/ral (mean 
5.4 +1.3), SWm-1.09SWp + 20.7 mmHg-ml (r^-.964, 
n-213, SEE-126). Multiple regression showed small 
independent influences of Ea, Ped, and dog on the 
residuals, probably related to slight changes in 
the shape of the pressure-volume loop with each 
variable . 

Thus the systolic and diastolic pressure 
volume relations can be modelled and used to 
accurately predict cardiac performance over a wide 
range of different preloads, afterloads and 
contractilities for a given isolated heart. 



BE3-A.4 

ASSESSMENT OF LOCAL MYOCARDIAL FUNCTION IN VIVO - 
R.S. Reneman*, F.W. Prinzen, C. Augustijn and T. 
Arts, Departments of Physiology and Biophysics, 
University of Limburg, Maastricht, The Netherlands 

In vivo global left ventricular (LV) function can 
be determined relatively easily, but reliable as- 
sessment of local myocardial performance is still 
problematic, mainly because the devices used inter- 
fere with myocardial fiber function. Local fiber 
stress is generally estimated using mathematical 
models of LV wall mechanics. The values of intra- 
myocardial pressxire (IMP), a variable of importance 
in studying the relation between myocardial con- 
traction and perfusion, are still under debate. 
There is agreement about the positive gradient of 
IMP from endo to epicardium. However, it is still 
unknown whether IMP in the endocardial layers is 
about equal to or significantly higher than LV cav- 
ity pressvire, although recent micropressxire meas- 
virements and model predictions support the former 
idea. In vivo epicardial fiber shortening; can be 
assessed relatively accurately from the deformation 
parameters, as determined locally with x-ray or 
video techniques. With the latter, epicardial fi- 
ber shortening can be assessed simultaneously in 
35 sareas of the LV free wall, allowing investiga- 
tion of, for example, the interaction between isch- 
emic and non-ischemic areas. From the epicardial 
deformation parameters, endocardial fiber shorten- 
ing can be estimated diiring normoxia and ischemia. 



ESOPHAGEAL CARDIAC PACING IN MYOCARDIAL ISCHEMIA: 
EFPECTS ON LEFT VENTRICULAR AND ARTERIAL SYSTEM 
FUNCTICW. J. K-J. Li* Dept. of Biomedical Engineer- 
ing, Rutgers University, Piscataway, N.J. 08855- 
0909 USA. 

Different nxxles of cardiac pacing and pacing 
sites have been shown to alter the performance 
of the left ventricle. This paper reports the 
effects of transesophageal cardiac pacing during 
myocardial ischemia. 

Experiments were performed on open chest anes- 
thetized dogs. Bipolar pacing catheter was uti- 
lized after establishing the s trength-duration 
curve for threshold pacing. Pacing was initiated 
after one hour occlusion of the left anterior 
descending coronary artery. Left ventricular and 
aortic pressures, aortic flow, segment length 
and the electrocardiogram were recorded. 

Results show that a higher heart rate during 
pacing was acconpanied by a slight decrease in 
mean arterial pressure, flow, and segmnt shorten- 
:ing. Arterial pulse transmission characterized 
by foward and reflected travelling waves also 
showed a ymall change. Thus, esophageal cardiac 
pacing alters regional myocardial and arterial 
system dynamics only to a limited extent. 



BE3-B.2 

Fluid-Fiber-Collagen Description of the Myocardium 
Applied to Different Left Ventricular Geometries^ J. 
Ohayon. M, Lewkowicz, and R.S. Chadwick*, 
Theoretical Biomechanics Group, Biomedical 
Engineering and Instrumentation Branch, Division of 
Research Services, National Institutes of Health, 
Bethesda,MD 20892. 



The microstructure of the collagen sheath or weave 
surrounding a myocyte and the collagen struts interconnecting 
neighboring myocytes is incorporated into a fluid - fiber - 
collagen continuum description of the myocardium. The 
sheaths contribute to anisotropic elasticity, while the struts 
contribute to an isotropic component. Elastic moduli of the 
composite myocyte-sheath complex and tiie strut matrix are 
estimated from existing passive biaxial loading data from 
sheets of canine myocardium. The contribution of the sheath to 
the elasticity of the myocyte - sheath complex is critically 
dependent on the helical pitch angle. 

Calculations are presented for different geometrical 
configurations: a thick-walled finite cylinder; a thick -walled 
sphere; and any thick-walled truncated body of revolution 
close to a cylinder, to show both the effects of collagen and 
assumed geometry on ventricular function. We found that the 
collagen strut matrix tends to : increase myocardial tissue 
pressure during systole, with endocardial tissue pressure 
exceeding left ventricular pressure; decrease tissue pressure 
during diastole, and thus facilitate myocardial blood flow, and; 
aid filling during ventricular relaxation by providing a suction 
effect relying on a release of stored elastic energy from the 
previous contraction. 

idd 
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BE3-B.3 

Analysis of the Left Ventricle b:echanics» 

A. MOUTTAHAR, and C» ODDOU! 

L»M»P, Universite Paris 12, Creteil, France^ 

An analytical model was developed considering the 
left ventricular wall as an axisymetric and pres- 
surized thick ellipsoid shell in mechanical equi- 
librium* The myocardium is supposed to behave 
like a continuous medium essentially made up of 
contractile fibers embedded in a fluid matrix. 
The pitch-angle of the fibers, viewed ar. geodesic 
lines on the wall surfaces, is varying with the 
localisation within the wall. A linear rheo- 
logical behavior for the fiber at their different 
stages of excitation was assumed. 
Drawing from canine experimental data the geomet- 
rical and rheological model input parameters, 
this analysis helps determine the local stresses 
and strains within the wall. In particular, it 
was shown that the fiber length varies during the 
cardiac cycle in tha range between -10% to 207., 
relatively to the ^rest reference state. Moreover, 
an increase in the shell longitudinal curvature 
induces a uniform fiber strain distribution 
within the wall. The systolic torsional motion 
and structure eccentricity were found to be 
greater than the diastolic ones. In agreement 
with ultrasound measurements, the model predicted 
that the relative variations during the overall 
cycle of the internal minor diameter, internal 
major axis and equatorial wall thickness are 
respectively 33%, 1A% and 30%. 



BE3-B.4 

Delayed end-ejection as a determinant of enhanced 
relaxation ratg during an increase in stroke volume 
Masatsugu Hori , Masafumi Kitakaze, Yoshio Ishida, 
Hideo Kusuoka, Akira Kitabatake, Michitoshi Inoue"*", 
Takenobu Kamada, Hiroshi Abe"**"** 

The 1st Dept, of Med, and Dept, of Medical 
Information Science"**, Osaka Univ, School ot 
Medicine, Osaka National Hospital"**"** 

Ventricular relaxation rate is enhanced when stroke 
volume is increased. To test the hypothesis that 
enhanced ventricular relaxation m this condition 
is due to delayed end-ejection associated with an 
increase in stroke volume, the left ventiicular 
volume and ejection of the perfused isolated canine 
hearts (cross-circulation) were controlled by a 
servo-pump, and ventricular relaxation rate was 
assessed by the time constant (T) of isovoiumic 
left ventricular pressure decay in various 
conditions. As stroke volume was increased, T was 
decreased (relaxation was accerelated) only when 
end-syrtolic volume was concomitantly decreased. 
When ejection velocity was increased, the 
relaxation rate was increased in almost all 
experiments. However, when the timing of end- 
ejection was clamped, T was not significantly 
altered even with a large change in ejection 
velocity. These results indicate that neither the 
extent nor velocity of ejection affects the 
ventricular relaxation rate but the delay of end- 
ejection enhances the relaxation rate when the 
stroke volume is increased. 



BE3-C.1 

Forces determining transmural distribution of 
myocardial blood flow, J.I.E. Hoffman*, A. Flynn, 
G. Aldea, D. Coggins, W. Husseini, R. Austin, 
University of California, San Francisco, CaHfornia, 
U.S.A. 

Left ventricular systolic intramyocardial tissue pressures 
equal cavity pressure below the endocardial (deep) surface 
and are near atmospheric below the epicardial surface. 
This implies that in the superficial left ventricular muscle, 
there should be a large pressure gradient from extramural 
coronary arteries to tissue, and therefore that there should 
be significant systolic perfusion of the superficial muscle 
from the extramural arteries. However, studies of the ca- 
pacitance of these extramural aneries indicate that little of 
the blood that enters the aneries in systole actually perfuses 
the myocardium. The discrepancy can be explained by 
postulating that in systole, the increase in deep intramyo- 
cardial pressure raises intravascular pressures in the deep 
microvessels above pressure in the extramural arteries, 
whereas in the superficial muscle, intravascular microves- 
sel pressures are below extramural arterial pressures. 
These pressure differences cause blood to move retrograde 
from deep microvessels to superficial intramyocardial ar- 
teries; thereby competing with systolic inflow from the 
extramural arteries. Experimental observations support 
this hypothesis. 
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Coronary Pressure-Inflow Relationships, 
R. E. Matest SUNY at Buffalo, 
Buffalo, NY 1A260, USA. 

The mechanisms responsible for observed coronary 
pressure- inflow behavior remain controversial, 
partiiularly the observation that diastolic 
inflou ceases at pressures above right atrial 
pressire. Because of blood vessel compliance, 
phasic inflow differs from flow in the microcir- 
culatioi>. Since the latter is difficult to mea- 
sure, models have been proposed to relate inflow 
to microcirculatory flow. We have utilized the 
flow response to coronary pressure perturbations 
to characterize pressure-inflow relationships. A 
lumped model consisting of a viscoelastic com- 
pliance, a resistor and a back pressure has been 
found sufficient to describe sinusoidal and ramp 
perturbations in prolonged diastoles. Rapid ramp 
perturbations analyzed with a nonlinear optimi- 
zation technique have been used to evaluate 
model parameters during normal diastoles, with 
similar results. As in the prolonged diastoles, 
parameters differed significantly from control 
when the circulation was dilated with adenosine. 
Resistance was lower jnd capacitance higher in 
the vasodilated bed. Back pressure was lower in 
the dilated bed, although still significantly 
above right atrial pressure. We conclude that 
pressure-inflow relations do not vary signifi- 
cantly during diastole and that results obtained 
in prolonged diastoles can be inplied to dias- 
toles in nonnal cycles. 
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BE3-C.3 

Quasi linear input behavior of non-linear model 
of intr amy o cardial perfusion^ J.A.E. Spaan* 
University of Amsterdam, Department of Medical 
Physics, The Netherlands. 

Compression of intramyocardial vessels is 
apparant from the increased venous and decreased 
arterial coronary flows in systole. Moreover, 
time averaged intramyocardial blood volume 
depends on the magnitude of left ventricular 
cavity pressure. Hence, it is plausible that flow 
patterns in all types of vessels but dependent on 
the depth in the myocardium are influenced by 
changes of volume either directly (capacitive 
flow) or indirectly because of a change in 
resistance. 

The relative contribution of the different 
effects were assessed in a multi layer model of 
the ventricular wall in which arterial, capillary 
and venous compartments are put in series for 
each layer. Based on a pressure volume relation 
for each compar»,ment reflecting stiffening of 
vessels at higher pressures and a relation 
between resistance and the inverse of volume 
squared the volume displacements and resistance 
variation were predicted. 

The input effects of the non-linear ^model 
resemble the input of a constant RC network with 
small time constants ( < 0.2 s ) while the other 
system variables vary slowly (characteristic 
times > Is) . 



BE3-C.4 

The Presence and Significance of Venous Level 
Coraiary Collaterals, J.M. Downey' and M.V. Cohen, 
Uni/ersity South Alabama, Mobile AL 36688 

To measure venous level collateral connec- 
tions, the great cardiac vein (GOV) and the 
anterior descending coraiary artery (LAD) were 
cannulated in an c^)en chest dog. Dye studies 
indicated that under baseline conditions the GCV 
drained exclusively fron the LAD (10/11 dogs) and 
LAD and GCV flows were equal. Perturbatiais in 
the LAD flow were not reflected in the GCV. how- 
ever. LAD occlusion caused only a 56% decrease in 
GCV flow, while peak GCV flow during reactive hyp- 
eremia consistently underestinated peak LAD flew 
by nearly 40%. SijTiultaneous LAD and GCV occlu- 
sions resulted in near equilibration of arterial 
(13.6 i 1.3 itmHg) and venous (12.4 + 1.2mmHg) 
pressures. The data closely fit a model which 
assumed the presence of a low resistance venous 
anastomosis. The resistance of the segmsnt distal 
to the venous anastomosis was 10.0 +_ 1.5% of the 
LAD resistance, while the resistance of the venous 
collateral averaged 9.9 + 3.0% of the LAD resis- 
tance. Following LAD occlusion, 133Xe washout 
decreased fron 0.86 i 0.16 to 0.13 + 0.02 
ml/min/g. Retroperfusion of the GCV with arterial 
blood during occlusion significantly enhanced the 
washout by 85% to 0.23 0.03 ml/min/g (p<0-005) 
showing that venous level collateral flow is 
sonBwhat nutritional, (sup^rted by NIH grant IIL 
20648) 



BE3-D.1 

Myocardial Regional Flows and Metabolism: PET Studies^ 
J. B. Bassinglhwaighier M. M. Graham, and R. B. King, 
University of Washington, Seattle, WA 98195. 

Because first order compartmental models are applicable to 
the parameterization of myocardial blood-tissue exchange 
processes from indicator dilution or PET or SPECT data 
only under severely limiting circumstances, we are using 
axially distributed models. These account for axial gra- 
dients within the capillary-tissue units and for the effects of 
axial diffusion. Heu»'^ogeneily of regional flows is accounted 
for on the basis of fractal distribution. The rates of 
trunsmenibrane transport (across 2 endothelial surfaces and 
ihe myocyte surface) and intracellular reactions forming 
metabolites can be estimated only from the kinetics since 
external detection does not distinguish either localization or 
molecular form of the radioactive tracer. Glucose models of 
this form give quite different estimates of substrate metabol- 
ism than do compartmental models. An argument for 
preferring the estimates from distributed models is that they 
fit high resolution time-course data well, whereas compart- 
mental models do not. Other arguments regarding the 
preference are inferred from the anatomy and from observa- 
tions of spatial gradients in concentrations of other solutes. 
Conflicts in estimates of metabolic rates from different 
experiments are probably resolvable by making use of tlie 
most realistic models. (Supported by NIH grants CA42045 
and HL38736,) 



BE3-D.2 

CARDIAC CONTRACTION AND CORONARY FLOW 
Katsuhtko Tsujloka*and Fumlhlko Kajlya 
Department of Medical Engineering, Kawasaki 
Medical School, Kurashiki, JAPAN 

We recently reported that the intramyocardial 
capacitance vessels are composed of two functional 
components: usual capacitance and unstressed 
volume. Thus, the phasic coronary flow may be 
caused by the mechanism that the blood entered 
into the Intramyocardial vessels during diastole 
would be squeezed out Into the coronary vein by 
cardiac contraction during systole. To clarify 
thi& squeezing out dynamics, we analyzed the 
response of great cardiac vein flow(GFVF) after 
sudden cessation of coronary inflow by laser 
Doppler velocimeter in open-chest anesthetized 
dogs. GCVF decreased mono-^exponentially after the 
cessation of coronary inflow. Thus, the time 
constant of GCVF decay was calculated and the 
blood within intramyocardial vessels during steady 
state(Vo) was obtained as time-integral of GCVF 
after cessation of inflow. When GCVF during 
steady state(Fo) was changed by altering coronary 
tonus, perfusion pressure, heart rate and 
contractility, the unique linear Fo-Vo relation 
determined Fo, but there was no significant 
relation between Fo and T. We conclude that the 
coronary vein flow is caused by squeezing out of 
blood within intramyocardial vessels and is 
regulated mainly by Vo, not by T. 
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BE3-D.3 

Assessment of Myocardial Perfusion and 
Myocardial Blood Volume Using Ultrafast-CT, 
J. A. Rumberger*, M. L. Marcus, Mayo Clinic, 
Rochester, Minnesota, and University of Iowa, 
Iowa City, Iowa. 



Ultrafast computed tomography (CT) uses a unique 
electron be&ra technology to allow for 
videodensiLometric analysis of indicator clearance 
data from the great vessels and the myocardium. 
Following intravascular injection of iodinated 
contrast, 50 msec, high resolution imagv^s are 
acquired at up to 2/cardiac cycle from multiple 
cardiac levels. Selection of regions over the left 
ventricle, aorta, and myocardium allow 
characterization of contrast clearance from each 
vascular site using a gamma variate curve. 
Application of classic theory to these data have 
shown promise for intravenous injection techniques 
with regard to quantitation of regional flow per 
unit volume and the ratio of myocardial blood 
volume to central blood volume when compared to 
simultaneous assessment using radiolabeled 
microspheres (r » .85, SEE » 50 cc/100 g/min, 
r " .8A, SEE «» 5 percent, respectively). This 
approach may have broad application to the 
evaluation of patients with a variety of cardiac 
diseases . 



BE3-E.1 

Magnetic Resonance Imaging Assessment of 
Regional Ventricular Function, James T. 
Willerson,* University of Texas Southwestern 
Medical Center at Dallasi Texas 

A quantitative nuclear magnetic resonance imaging 
method has been developed for evaluating regional left 
ventricular function. Short-axis images of the heart were 
obtained at end-diastole and at 100 msec Intervals 
thereafter. Regional diastolic left ventricular wall 
thickness and maximal percent systolic 'v&ll thickening 
were measured at the level of the papillary muscles in 
each of 6 segments. In 6 normal dogs, the mean end- 
diastolic wall thickness was 9+L6 mm and the mean 
maximal percent thickening was 61+11%. In 8 dogs with 4 
day old infarcts, maximal percenf thickening was 5+8% 
(p<0.001) in the infarcted segments. In 10 normal human 
volunteers, the mean end diastolic wall thickness was 
10.1+1 mm and the mean maximal percent systolic wall 
thicl<ening was 60+18%. Using the mean value obtained in 
normal volunteers, reduced maximal percent systolic wall 
thickening was defined as a value 2 SD or more below the 
normal values. Seven patients with regional wall motion 
abnormalities wery independently assessed by nuclear 
magnetic resonance imaging and biplane ventriculography. 
Compared to regions identified as akinetic or dyskinetio 
by biplane ventriculography, nuclear magnetic resonance 
imaging demonstrated reduced maximal percent systolic 
wall thickening jn the same segments with a sensitivity of 
94% and specificity of 80%. Abnormalities of regional 
systolic wall thickening are accurately identified using 
this quantitative nuclear magnetic resonance imaging 
technique. 



BE3-E.2 

Cardiac Structure and Function Quantitated 
with Multislice Computed Tomography (CT), 
N. Chung and E. L. Ritman*, Mayo Medical 
School, Rochester, MN. 

The fast, high repetition rate, volume 
scanning computed tomography Dynamic 
Spatial Reconstructor was used to quan- 
titate cardiac structure and function in 
intact experimental animals. From the 
scans performed during a right atrial 
injection of contrast a^ent, Iwasaki et al 
demonstrated 95% accuracy of estimates of 
myocardial muscle mass (Am J Physiol 246: 
H138-42, 1984) and Hoffman et al obtained 
the same accuracy for volumes of all car- 
diac chambers (Radiol 155:739-44, 1985). 
Myocardial perfusion estimated from opaci- 
fication of the myocardium during an aor- 
tic root injection of contrast agent was 
shown by Wang et al (Clinical Res 34:947A, 
1986) to match values estimated by micro- 
spheres over a wide range of values. 
Chung et al (Physiol 30(4): 54, 1987) 
demonstrated a good correlation between 
myocardial oxygen consumption and ventri- 
cular pressure volume loop area. 

We conclude that quantitation of 
multiple aspects of cardiac structure and 
function can be obtained simultaneously 
from a single volumetric CT scan during a 
contrast medium injection. 



BE3-E.3 

Measurements of Le|t Ventricular Shape and 
Function, S. Sideman , H. Azhari, U. Dinnar 
and R. Beyar, Biomedical Engineering, 
Technion-IIT, Haifa, Israel. 

A new method of detecting regional left ventricular 
(LV) dysfunction by 3-D reconstruction of the LV is 
presented. In general, the 3-D shape of the heart 
at end diastole and end systole is transformed to a 
helical coordinate system. By that the 3-D infor- 
mation is transformed into a continuous one- 
dimensional signal. Input data were obtained by 
various measurement techniques including echocat- 
diography. Cine CT and HRI. Three levels of analy- 
sis were performed: a) Shape analysis and a shape 
distortion analysis assisted by the Karhunen-Loeve 
transform, b) analysis of endocardial motion from 
end diastole to end systole as a measure of region- 
al dysfunction, and c) analysis of wall thickness 
and thickening as a measure of LV regional dysfunc 
tion. The combined technique of assessing patholo- 
gical LV shape and f.^xtion represents a powerful 
tool which, together with the fast developments of 
a new generation of 3-D imaging methods, will 
greatly enhance non invasive cardiac diagnostics. 
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BE3-F.1 

Assessment of Left Ventricular Systolic 
and Diastolic Mechanics Using Ultrafast-*CT, 
J* A* Rumberger*, M. L. Marcus, Mayo Clinic, 
Rochester, Minnesota, and University of 
Iowa, Iowa City, Iowa. 



Ultrafast computed tomography (CT) uses a unique 
electron beam technology to allow for evaluation 
of left ventricular (LV) function at multiple 
levels* Cine framing rates of 17/second allow 
stop action images of the heart using intravenous 
contrast injection .uechniques* Quantitative 
analysis of LV mass (SEE « 5 g) and LV stroke 
volume (SEE " 1.5 cc) are possible. 
Time -de pendent ventricular volume information can 
be analyzed per tomographic level as well as for 
global analysis; curve fitting techniques allow 
for characterization of inaximum emptying and 
filling rates. These CT techniques have broad 
applications towards the noninvasive diagnosis of 
coronary artery disease and quantitative 
investigations regarding LV response to surgical 
and pharmacologic therapy. 



BE3-F.2 

Dynamic Transverse Stiffness Can Estimate 
Myocardial Wall Stress during Single 
Contractions, H. Halperin*, J. Humphrey, P. Chew, 
K. Sagawa, J. Tsitlik, F. Yin, Johns Hopkins 
Hospital, Baltimore, MD 21205 

We have shown that transverp.6 stiffness (TS) 
(the ratio of indentation stress to strain during 
transverse indentations] is related to in*plane 
wall stress at the peak of contraction. Those 
studies required 20 -40 beats for one 
determination of TS. We developed a new s^rvo 
system that can indent muscle cyclically at 
frequencies up to 100 Hz, while maintaining the 
contact stress constant throughout a contraction. 
In*plane wall stress was measured directly in 
five isolated ventricular septa while TS was 
determined during each contraction. For values of 
in-plane stress from 0.05 to 2.0 g/ram^, TS varied 
from 2.1 to 25.7 g/mm^ and was linearly related 
to the in<plane wall stresses in each septum (p < 
0.001, ANOVA). The slopes of the individual 
relationships between TS and wall stress from 
systole were similar to those from diastole (mean 
-t SEM) (9.1 + 1.6 vs 10 + 3.1, p - NS). but the 
intercepts with the TS axis were greater than 
those from diastole (11.8 -t 1.6 vs 4.2 -t 0.6 
g/mm2, p < .016). Thus, dynamically determined TS 
is linearly related to in-plane stresses and can 
be used for quantitative estimation of in-plane 
stresses throughout a contraction cycle. 



The Use of Diastolic Sounds to Characterize 
Cardiac Performance: Theoretical Studies 

W. Welkowitz,* J. Wang, B. Tie, S. Lewkowitz, 
J. Semnlow, Department of Bicmedxcal 
Engineering, Rutgers University. 

It has been proposed that diastolic sounds can 
be used to suggest potential problems of cardiac 
performance, in particular, such sounds can 
indicate the presence of partial blockage in the 
coronary tree and perhaps quantitate the blockage. 

In order to carry out theoretical studies per- 
taining to this problem it is necessary to first 
produce an acceptable model of the coronary artery 
tree which can be used to predict flow throughout 
the cardiac cycle for any blockage location. Once 
the flow through the blockage is calculated, then 
it is necessary to construct a model of tlie sound 
generation mechanism. Finally, the propagation of 
this sound to the outside of the body must be 
analyzed. 

A mcxiel of the arterial tree which includes area 
variations during systole (including occlusion) and 
peripheral regulation has been analyzed and 
coronary flows in all parts of the system have 
been calculated for normal and constricted cases. 
These agree well with measurements. Finally, 
using these flows, sounds generated by turbulence 
at these constrictions have also been calculated. 



CET-A.2 

Management and Maintenance of Health Care 
Equipment - WHO'S Global Effort. A. Issakov, 
World Health Organization, Geneva, Switzerland. 

Most developing countries are facing tremendous 
wastage of resources and severe limitations of all 
aspects of health care delivery due to the ineffective 
management and maintenance of health care equipment. 
The reason for this is the lack of awareness, policy 
comnltment, effective Infrastructure of health care 
technical service, manpower development programmes 
and a comprehensive approach at a country level, 
riie icsulLt» ul iiiLeciiatioiial action undertaken by 
various organizations and agencies were far from 
anticipated due to lack of coordination and 
duplication of efforts in some areas with others 
being neglected. 

Responding to the growing concern over the existing 
situation VHO has initiated a global programme 
directed towards strengthening of national 
capabilities for the development of comprehensive 
systems for effective management of health care 
equipment. 

The programme aims to meet its objectl/es by 
building up common coordinated action, by 
facilitating collaboration between all agencies 
concerned and by mobilizing resources for 
comprehensive. Integral and coherent action as part 
of strategies developed with the aim of achieving 
the goal of Health for All. 
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A PROFILB OF CERTIFIED CLINICAL 
ENGINEERS, L. Fenniskoh, St. Luke's 
Medical Center, Milwaukee, WI, USA. 

In an attempt to obtain a profile of Certified 
Clinical Engineers (CCE's) and their thoughts on 
the profession, a questionnaire was s( )t to 346 
CCE*s worldwide. A remarkable 72% reti-m 
revealed, in part, the following: 

• 57% of the CCE's are employed by hospitals, 
15% by manufacturers, 12% by academia, and 
13% are consultants in private practice; 

• 50% of CCE's have been with their current 
employer for 6-9 years; 

• 48% of the hospital-based COE's previously 
worked in hospitals, while 36% of non 
hospital-based CCE's left hospitals for 
their present jobs; 

• the CCE's average age is 44 years; 

• 37% of the CCE's are also registered 
Professional Engineers; 

• median salary range for hospital-based CCE's 
is $40-45, 000/yr, while that of their non 
hospital-based counterparts is $50-55, 000/yr 
(on average, hospital CCE's are also 5 years 
younger than non hospital CCE's). 

Although the general conclusions suggest that 
the certification process m particular and the 
profession in general is in distress, CCE's 
believe the profecuion hes made significant 
contributions to health care and continues to 
remain a viable cfiteer choice. 



CET-C.2 

Clinical EnRtnecr inR In the U.S. : 
The Administrator's Viewpoint . M.J. 
Shaffer; D.Sc. and M.D. Shaffer, 
M.S., George Washington University 
Medical Center, Washington, D.C. U.S.A. 

In a survey of 250 hospitals with 89 re- 
spondants, it was found that adninistra- 
tors running clinical engineerinjr depart- 
ments received in their college courses an 
average of 0.6 hours of training in clini- 
cal engineering matters, while they con- 
ftidcred 4.1 hours are needed. They had an 
on-job experience of 6.5 years, while re- 
commending 4 years as an appropriate rail 
mu»u. As to reporting hierarchy, 42% re- 
coramended both Clinical Engineering and 
Plant Operations should report to the sane 
adrainistrator , 22% recommended they should 
report to separate administrators, and 31% 
rccoranended that CI inical Engineering 
should report as a division of Plant Oper- 
ations. Concerning their attitudes, on a 
scale of 0-5 with 5 highest, the admini- 
strators rated their cl inical engineer Ing 
responsibilities with little power (2.0) 
and chance to make th**ir name (2.3), with 
moderate prestige (3.65), and with high 
acceptance of their authority (4.01) and 
pride of achievement (4.4). 



CET-C.3 

Preliminary Results of an International 
Survey cf Clinical Engineering Departmsnts. 
M. FrizeJ Regional clinical Engineering 
Service, 330 Archibl^ Street, Moncton 
(^3ew Brunswick) EIC 2Z3, Canada. 

In a survey of clinical engineering departanonts 
in several countries, with 80 respondants, IA% 
indicate that they do not have an engineer on 
their staff; 49% of departments report to admi- 
nistratis; 30% to plant/nmntenance; 6.5^^ to the 
medical director and 11% to others. However, 
only 62% of dspartavents reporting to plant find 
this satisfactory, whereas 100% of those report- 
ing to administration indicate satisfaction. The 
proportion of departments performing 90% of m^re 
in'-house repairs were: 68% for madical equipment; 
19% for medical Imaging; 13% for the laboratory; 
44% for anesthetic equipnent; 6% for non-medical 
devices. Ihe proportion of departments being 
"always" consulted prior to equipment acquisition 
is higher where there are engineers on staff and 
also higher in University versus nai-University 
hospitals. Several other variables will be 
discussed and variances between countries will be 
slKwn. !lhese preliminary results indicate the 
presence of great disparities between clinical 
engineering departments in the same country and 
from one country to another. 



BE4-A.i 

Clinical Engineering: A Focused Biomedical 
Engineering and Career Program 

Barry FeintargJ Ph.D., P.E,, C.C.E 

Center For Engineering Analysis 
Northbrook, Illinois 60062 USA 

A clinical engineer is an engineer who 
applies the science of engineering to the 
delivery of health care- He or she is concerned 
with the application of engineering theory and 
analysis to diagnostic and therapeutic systems as 
well as to patient care and life suppnrt in 
general. 

Clinical engineering has emerged as the only 
areas of biomedical engineering that has 
crystallized into a unified body of knowledge 
similar to the other classical disciplines of 
engineering. Clinical engineering will be 
discussed from the view of career op|.;**xuni ties/ 
both hospital and industrial; educational 
preparation required of the clinical engineer- 
courses; laboratories and internships, and 
certification in clinical engineering. 

The emerging areas of medical radiation 
engineering and clinical engineers as part of an 
artificial heart transplant team and other 
advanced areas of health care delivery as new 
paths in the career development of the clinical 
engineer willbe discussed. 
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BE4-A.2 

State Orders to Clinical Engineering in the GOR 

D.Kraft; Zentralklinik, DDR - 5303 Bad Berka, 6DR 

The ministry of health in the 6DR have devoted 
attention for many years the spezialized field of 
biomedical engineering in medical institutions. 

1. On April 1st 1981 the decree on the postgraduate 
study biomedical engineering for scientific and 
technological uni\'8rsity graduates, which work in 
medical institute jns, came into force. This study 
is an integral p? rt in systematically organized 
development training - analogously to the continu- 
ation training to become h medical specialist. 
(Requirements for attendance, setup and course, 
study material, attendance of oiiher medical insti- 
tutions as guest, final examination, professional 
bye-identification) . 

2. On January 24st 1982, the decree on the struc- 
ture and organization of biomedical engineering by 
medical institutions came into force. 

The basic unit of clinical engineering has the 
following duties: Responsibilities for guaranteeing 
readiness for use, efficiency and safety of medico- 
technical equipment, assignments in the care for 
patients as direct partner and under the physi- 
cians responsibility; assignments within the plan 
component of science and technology at the insti- 
tution, assignments in the field of educational 
development, assignments in the field of planing 
and economy. 



BE4-A.3 

Biomedical Engineering in an electronic 
engineering curriculum: a ten years expe- 
rience in Spain, R. Pallas-Areny^ Division 
de Instrumentacion y Bioingenieria, ETS Ing 
Telecom, Box 30002, 08080 Barcelona, Spain. 

Biomedical Engineering is not recognized as a profes- 
sion in Spain, nor are there university or school 
qualifications in this subject But the medical equip- 
ment industry, hospitals and e/en distributors need 
engineers with a certain knowledge of medical instru- 
mentation. 

In engineering curricula in Spain there are no electi- 
ve courses and any change in them must be introduced 
under the umbrella of an existing course. Taking ad- 
vantage of our responsibility for already existing 
Instrumentation and Transducers courses and their 
laboratory practicals we changed our program 10 years 
ago and 50% of it now consists of Medical Instrumen- 
tation. In it, biomedical topics are considered not as 
an end in themselves but as a mean of introducing, for 
example, low level signal amplification, interferen- 
ces, pressure and flow measurements, electrical safe- 
ty, imaging, and energy interactions with living 
beings. A parallel compulsory laboratory course con- 
centrates on analog signal processing. 



BE4-A.4 

EDUCATION BHD TRAINING FOR CLINICAL 
ENGINEERING IN THE U.K. 
V C Roberts* 
Department of Medical Engineering, 
King's College School of Medicine, LONDON 

No formal course of instruction exists 
within the UK which leads towards an 
undergraduate or postgraduate degree (or 
certification) in clinical engineering. 
The presently preferred route is via one 
of several MSc courses in bioengineering 
(including medical electronics and 
biomechanics). These degrees are then 
followed by suitable periods of on-job 
training in the clinical environment. 

Postgraduate training programmes are 
available for thuse in health care who 
seek professione/i registration as a 
Chartered Engin'.>cr. However, their 
persuit is dep'jndent on the sympathy of 
the head of 3ach department of Medical 
Engineering or Medical Physics. A 
number of part time post-qualification 
courses are either planned or being run 
and these will need to address aspects 
of business management as well as 
scientific upda-'.ing. There is evidence 
that the UK*s Hospital Engineering 
Service is increasing its involvement in 
clinical engineering, particularly in 
the area of equipment management. 



BE4-A.5 

BIOiMEDICAL ENGINEERING EDUCATION IN THIRD WORLD 
NATIONS - T. Krishna Murthy* and' M. Dhananjaya, 
Dept. of Biomedical Engineering, India Institute 
of Technology, Bangalore, India. 

Compared to developed nations, the disease pattern 
and socioeconomic conditions among the majority of 
people warrents a modified approach regarding 
planning and utilisation of trained manpower, 
even use of automation and semiautomation though 
inevxtable and desirable may have to be restricted 
to certain centres of excellence having the 
necessary back-up facilities. There can be no 
doubt that biomedical engineers, clinical engi- 
neers, rehabilitation engineers and medical equip- 
ment technologists are needed for the major hosp- 
itals, medical colleges and other specialised 
medical research centres. Courses have to be 
planned depending on the utilisation of such 
trained manpower. Besides regular courses, short 
and long term refresher courses, workshops and 
symposia form a major part of Biomedical Engi- 
neering education and training. So, a cautious 
need based approach with necessary modification 
ana adaptation in consultation with the state 
medical and health care auth'^riti^s may lead to 
optimum utilisation of such manpower. 
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BE4-A.6 

SUPPLEMENTAL TRAINING FOR CLINICAL ENGINEERS 
AND TECHNICIANS: INTERNSHIPS, G.I. Johnston* 
and R.L. Morris, Oregon Health Sciences Univ. 



Engineers and technicians graduate from four-year 
and two-year prograins with little or no practical 
experience. This is understandable and not neces- 
sarily undesirable* An electrical engineer or 
electronics technician has an enormous variety of 
career choices upon graduation, all of which can- 
not and should not be addressed in the academic 
curricula* They should first of all be competent 
in the fundamentals of their engineering or tech- 
nical discipline* It should then be, and histor- 
ically has been, the responsibility of the hiring 
organization to provide training specific to the 
company's product or service. For bachelors level 
biomedical and clinical engineers and for many 
biomedical equipment technicians this process has 
been subverted in favor of providing life science 
education at considerable cost to the engineering 
curricula. That subversion has been aided and 
abetted by hiring organizations failing nrovide 
apprentice or internship training programs -^s- 
sary for the completion of the education process. 
Several solutions to this problem will be pre- 
sented and discussed. 



BE4-A.r 

Estimating the Number of Clinical 
Engineers in the United States, 
M. Baretich*, University of 
Colorado Health Sciences Center, 
Denver, Colorado, USA. 

Estimates of the number of clinical engineers 
practicing in the United States range from a few 
hundred to several thousand. At least two meth- 
odological factors contribute to this wide var- 
iance: (1) Different definitions of the term 
clinical engineer. (2) Different statistical 
estimation techniques. 

The definition of a clinical engineer should be 
as broad as possible yet exclude personnel not 
holding appropriate professional credentials 
(education, licensure, certification, experi- 
ence, etc.). Statistical estimation techniques 
should be carefully chosen and correctly ap- 
plied. This paper addresses these issues and 
offers recommendations for future estimates. 

The author estimates that there are 500 to 1000 
practicing clinical engineers in the United 
States. However, a definitive survey should be 
undertaken to determine the number more precise- 
ly. Without such basic information regarding 
the profession, preparation for the 21st century 
will be difficult. 



BE4-A.8 

Expanding Horizons of the Clinical 
Engineer: The Artificial Heart, 
Michael S. Bernstein* M.S.E. ,P.E. ,C.C.E. 
Methodist Hospital of Indiana, 
Indianapolis, IN 46202 

The Clinical Engineer's Horizon of responsibility 
has been expanded to include the Total Artificial 
Heart. The patient is totally dependent on 
an electromechanical device therefore changing 
clinical engineering's responsibility from in- 
direct to direct patiant care. Before, during, 
and after the implant surgery the clinical engi- 
neer has crucial responsibilities. The Clinical 
Engineer is responsible for the constant state 
of readiness of the support equipment and fche 
nursing staff. Immediately before and during 
implant, the clinical engineer must set up the 
equipment systems for their specific use. Because 
the artificial heart does not provide ECG signals, 
the operating room/ intensive care monitoring 
systems cannot be used in the conventional way. 
Support must be provided on a 24 hour a day 
basis during the implant period. 

During the explant/transplant, the clinical 
engineer is responsible for the supervision 
of the artificial heart console and shutdown 
assisting the surgeon in proper transfer from 
artificial heart to heart-lung bypass to trans- 
plant. 



BE4-B.1 

Standards: An Overview, A. Wald*, Department of 
Anesthesiology. Columbia-Presbyterian Medical Center. 
New York. NY 10032 

In the most general terms, there are four types of 
standards. First, there are standards that relate to 
measurements. These standards permit the conduct of 
scionce and technology and also foster trade and commerce. 
A second type of standard would more appropriately be 
referred to as a uniformity document. Thus, there are 
stanaard screw threads, kitchen counter heights, and 
transistor characteristics. 

Then there is a more intangeable type of standard. A 
standard that does not necessarily refer to any physical 
product, but rather to some type of human behavior or 
activity. This type of standard is often only written down 
in the broadest terms. It is often based on some consensus 
of what society as a whole expects, either for the idea! 
condition or for what can be expected practically. 
Finally, we have what would best be called, product 
standards, that is standards that relate directly to a 
particular product. Such standards can include criteria 
such as materials, construction, operation, performance, 
labeling, safety, and efficacy. 

Standards must be addressed in their own right, in terms of 
legal, economic, and technical considerations. Some aspects 
of standards on an international basis will be presented. 
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BE4-B.2 

Multiple Roles of International Standardization 
in Medical Engineering, S. E. Lindell , University 

of Lund S-2041 Malmo, Sweden; and R. J. 

Plaszczynski* SEE/CFTBM, F-75724 Paris, France 

The first author is chairman of Technical Commit- 
tee TC62 "Electrical Equipment in Medical Practice" 
of the International Electrotechnical Commission 
(lEC) and the second one has been involved for 
the last 18 years in the creation of international 
standards within numerous lEC working groups. 
Their experience enables them to emphasize the 
role of standardization not only for the optimiza- 
tion of the characteristics and cost of equipment 
but also for promoting a better mutual understan- 
ding between the people concerned. Since 1906 the 
lEC continues to develop an international collabo- 
ration between manufactures and users of electri- 
cal equipment. Experts from 42 countries partici- 
pate through their National Committees in the 
activities of about 200 Technical Committees & the 
Sub-Committees of the lEC. Its Central Office is 
situated in Geneva, Switzerland. The TC62 was 
establised in 1966 and now comprises 4 Sub-Com- 
mittees with 30 working Groups. World-wide volun- 
tary standardization facilitates a closer cooperation 
between physicians and engineers involved in the 
establishment of safety rules concerning patient, 
operator and surroundings and futhermore contri- 
butes to the transfer of the know-how and tech- 
nology from developed to developing countries. 



BE4-B.3 

The Impaot of International Standard 
Development on Medical Devices 
Mort Levin* 

Easy global communication is tending to 
blur distinctions between U.S. and other 
standards. What are the forces shaping 
this phenomenon? How do these forces 
influence medical devices? 

Marketing across international 
boundaries requires that manufacturers 
design to standards acceptable to the 
importing user. Economic forces 
encourage producers to participate in 
worldwide standard development in order 
to learn about events taking place and 
to share in the decision process. 

Safety of medical devices is a concern 
of users, producers and regulators. 
Since users and regulators are also 
impacted by finances / economics and 
safety tend to bring all parties 
together for the benefit of the patient. 
The impact of easy communication on 
international standard activity and the 
resulting influence on medical devices 
will be discussed in greater detail. 



BE4-B.4 

Safety regulations for medical equipment in 
Germany 

U. Boenick*, P.M.Schroeder , A.Miksicek 

On the 1st of January 1886 the German 
"Medizingerateverordnung" (regulation upon 
safety of medical appliances) has obtained legal 
validity. This regulation devides technical 
equipment used in the medical environment into 
four groups according to their function and 
purpose. 

To be allowed to sell equipment subjected to 
group 1 (life preserving device) or group 2 
(implantable energized parts) a type examination 
and an official approval by the Industrial 
Inspection Board ist necessary. 
For devices conforming to group 3 and 4 (energy- 
driven and non-energized equipment) a voluntary 
type examination can be conducted, permitting 
the manufacturer to hold the GS-label (Geprufte 
Sicherheit = proved safety) . 
The responsibility of manufacturers, 
distributors and customers, maintenance of the 
equipment and other details are regulated by 
law. 



BE4-B.5 

U.S. Electrical Safety Standa*-!^. Focus 
on Leakage Current and Oxygen Enrichment 

A. Lipschultz'PE CCE, Waterbury Hospital, 
Watorbury, Connecticut 06721 

There are two major U.S. Standards dealing with 
hospital electrical safety: AAMI Safe Current 
Limits Standard; and NFPA 99, Health Care Facili- 
ties. The chassis leakage current value in these 
standards of 100 microamperes is substantially 
lower than the lEC value of 500 microamperes. The 
reason for this appears to be historical as well 
as a different assignment of risk values. Some 
of the difference also is a result of the lower 
U.S. line voltage. The rationale for the AAMI 
value is well documented. The values chosen by 
the other standards is not well documented. 
One aspect of the NFPA 99 standard that I am very 
familiar with is the use of electricity in oxygen 
enriched atmospheres. I will use this example to 
illustrate the process by which this standard was 
significantly modified to reflect the data I had 
accumulated. The original philosophy in this mat- 
ter was that all electrical equipment should be 
kept away from any portion of the oxygen delivery 
system. The new philosophy looks at the place 
where the oxygen enriched mixture is actually ex- 
pelled to the atmosphere, and at the temperature 
aid/or energy, that the electrical device is ca- 
pable of generating. 
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BE4-B.6 

PROPOSAL TO IMPROVE THE ELECTRICAL SAFETY 
SITUATION IN PUBLIC HOSPITALS (TUCUMAN). 
CJ Felice, CP Breitman, OJ Barrionuevo, 
OR Batall4n, HD Gramajo, VI Rotger and 
MI Vercellone. Bioingenieria, Universidad 
Nacional de Tucum^» cc 28 sue 2» 4000 
Tucum^n, Argentina. ME Valentinuzzi* 

Without considering more or less 
incidental short courses, in Argentina 
there arc: A) B i oeng ineer ing (undergrad 
level), six-year well-structured program, 
Universidad Nacional Entre Rios* First 
graduates by 1991. B) Residence in 
Hospital Engineering (grad level), at 
several hospitals, Buenos Aires City, 
three years. C) A few universities 
(Tucum^n, Buenos Aires, Technological) 
offer courses at the undergrad level. 
However, although a good introduction, 
they are not enough for the full training 
of Clinical Engineers. We propose: 1) 
Talks about the subject, 2) Courses for 
hospital technicians. 3) Courses for 
hospital directors, medical and 
pr»ramedica 1 personnel. 4) To prepare a 
roster of professionals with some kind 
of training in CE to be presented to 
hospital authorities for possible hiring. 
5) Field visits and detailed analysis of 
the situation at all public hospitals to 
obtain a complete overview. 



BE4-C.1 

STIMULATING EFFECT OF LASER AND NONCOHERENT RED 
LIGHT ON REGENERATION OF RAT SCIATIC NERVES - Tan 
Runchu», Qiu Yiguang, Tan Yankong, and Ma Guo- 
guang, Sun Yat-Sen University of Medical Sciences, 
Guangzhou, P^R.C. 

This is an important basal study of laser medicine 
on the biological function with laser. The target 
might come from the energy, the wavelength, the 
coherency and the polarization. So far as present 
time is concerned, there were the differential 
opinions, as some authors considered the biologi- 
cal effect relate to coherency, wavelength, ener- 
gy, etc. So W2 took to coherency and wavelength. 
The following results; 

1. The 633nm red light and laser of other wave- 
lengths could stimulate the regeneration of 
nerves. 

2. Ho significant difference was found between the 
effects of coherent and noncoherent lasers on 
sciatic nerve regeneration* 

3* The difference of wavelength had no Influence 
on the stimulating effect of laser upon sciatic 
nerve regeneration. 



BE4-C.2 

Electrophysiological Studies of Laser and Suture 
Anastomoses in Rat Sciatic Nerves, 
T.A. Benke*, J.W. Clark, and PJ. Wisoff, 
Department of Electrical & Computer Engineering, 
Rice University, Houston, TX 77251-1892; 
S.A. Shehab, Texas Heart Institute, Houston, TX 77225; 
S. Schneider and J. Laurent, Texas Children's Hospital, 
Houston, TX 77030 



Conventional suture repair of peripheral nerves results in 
fibrotic reaction which is detrimental to nerve regeneration. 
As an alternative procedure, a laser can be used to reanasto- 
mose severed peripheral nerves, this study presents electro- 
physical measurements of the right sciatic nerve of Wistar rats 
which has been surgically cut and reanastomosed either by 
means of sutures or a laser weld. The left sciatic nerve is left 
untouched and serves as a control for that animal. Each nerve 
was placed in a lucite bath containing a linear array of elec- 
trodes and filled with Kreb's solution. The nerve was then 
stimulated with a pulse of .01 msec duration, and the response 
measured. Computer simulations of short lengths of nerve are 
compared with the measurements to account for the progres- 
sive diminishment in amplitude of the action potential with 
increasing distance from the stimulation site and to understand 
the nature of the injury potential at the distal end of the nerve 
fiber. 



BE4-C.3 

Biomedical Engineering Approach, Theory 
and Biomechanic Basis of AIDS Laser The- 
rapy and Curative Computed Tomography 
for Combined Diagnostic and Treatment 
V. Vasilionkaitisr Lithuanian Cancer Re- 
search Institute, Vilnius, Lithuania, USSR 

According to mechanism of human immunodefiency 
virus (HIV) persistence the system of anti-HIV la- 
ser traps together with electrochemical devices 
agains AIDS is proposed. Laser traps from I to 10 
classes depending selectivity installed with blood 
or lymph separators (e.g.types of Aminco, IBM, Ha- 
emonetic, Penwall, Ito-Plow-Through) together 
with original chamber with mobile walls in turn for 
external exposure at curative screen ( contact 
therapy, sterilization, photoradiation, immunosti- 
mulation, killing, elimination) and return of blood 
elements to natural flow* Also a curative compu- 
ted (CCT) tomography (x-CT, SPECT/PET, ultra- 
sound, MRl) was substantiated with collection of 
CCT devices for immediately treatment after preci- 
se diagnostic: mobile CT-microscalpel with cor- 
recting tracers, CT-selective drug delivery sys- 
tem in scanning layers, CCT devices for remote 
ligation, clip or cutting, canals performing, angio- 
plasty, dilatation, cytotherapy. Number of CCT pro- 
grammes are unlimited at all organs or tissue for 
different CT or magnetic resonance imaging the- 
rapy, surgery or microsurgery. 
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BE4-C.4 

Laser Coronary Angioplasty Using CO Laser under 
Visualization by Coronary Angioscgpe, 
T- Arai, M, Nakagawa, M. Kikuchi% K. Mizuno, 
K. Arakawa, T. Shibuya, K. Satomura, 
A. Miyamoto, I. Okamoto, K. Horiuchi, 
K* Isojima, A. Kurita, H. Nakamura, A. Utsumil, 
and K. Takeuchi^, National Defense Medical 
College, Saitama, Japan. "iMitsubishi Cable, 
Indus. Ltd., Hyogo, Japan. ^Fukuda Denshi Co. 
Ltd., Tokyo, Japan. 

A fundamental investigation of laser coronary 
angioplasty using CO laser under visualization of 
intra-lumina lesion by coronary angioscope is 
described in this paper. In vitro experiment of 
CO laser irradiation to human atheroma indicates 
strong ablation effect with tissue selectivity 
without any thermal damage to vascular wall. CO 
laser light, 5um of its wavelength, can be deli- 
vered by flexible infrared glass fibers. The 
authors have been successfully reported flexible 
energy delivery of CO laser by As-S chalcogenide 
glass fiber. According to a estimation using 
experimental results of the energy delivery, 3.3W 
CO laser power may be avairable in human left 
coronrty artery. By every 3.5s irradiation of 
this power can vaporize 7mg atheroma. To 
targetting and positioning of the laser irra- 
diation, we develope thin coronary angioscope 
catheter of which outer diameter less than 
$F(l.66mm). A top small round balloon can occlude 
blood flow to reduce blood flushing fluid. 



Laser Induced Autofluorescence Analysis 

of Arteriosclerotic Arteries, 

G. Pettit*, S. Kubodera, RK. Tittel, 

M. Sartori, P. Henry, and R. Sauerbrey, 

Department of Electrical and Computer 

Engineering, Rice University, Houston, TX 

77251-1892 U.S.A. 

Laser angioplasty has the potential to be a treatment for 
coronary artery disease. Currently, one of the main 
problems with this approach is uncontrolled damage to the 
vessel wall, including perforation. Therefore, real time 
diagnostic techniques, such as tissue autofluorescence 
analysis which could indicate when laser application 
should be terminated, are highly desirable. 
Argon ion laser radiation at 457.9 nm has been shown to 
elicit characteristic spectra which allow discrimination 
between normal arterial wall and arteriosclerotic regions. 
In addition, this spectral analysis has been used to 
determine when a diseased region as been penetrated and 
normal tissue reached by excimer laser ablation. Since 
ideally a single laser system would be used for both 
analysis and ablation, 351 nm excimer laser radiation 
delivered via optical fiber has been tested as a means of 
eliciting autofluorescence signatures. 



BE4-C.6 

Laser Surgery and Medicine in Japan. 

AtsumiJ University of Tokyo, 7-3-1 Kongo, 
Bunkyo-ku, Tokyo, 113, JAPAN 

The research and development on laser surgery 
and medicine was started by usiiig ruby laser to 
study the irradiation effects on tissues of mice 
in the University of Tokyo in 1965 • 

The first clinical trial of ruby laser therapy 
for a skin cancer patxent was experienced in 1967 • 

In Japan, surgical laser units such as CO2, 
Nd-YAG, argon were developed and widely used in 
clinical cases, argon dye laser was used for PDT, 
He-Ne and diode lasers are applied for low power 
therapy and CO, Nd-YAG and excimer lasers have 
been started to use for angioplasty^ 

At the present state, 230 Nd-YAG, 170 CO2, and 
30 argon lasers have been installed in the 
Japanese hospitals and medical institutes. 

The Japanese Society of Laser Surgery and 
Medicine was organized in 1979 and the 1,012 
members including the 800 medical doctors and the 
150 engineers and the others were registered at 
the date of March 1988. 

According to the wide spread of the laser units 
for medical use, the education of clinical 
engineers for laser surgery and medicine and their 
qualification become the important problems. 

The safety guideline was also made by the 
safety committee of the Japanese Society of Laser 
Surgery and Medicine. 



BE4-C.7 

ADVENTITIAL TEMPERATURES AND EXTENT 
OF DAMAGE DURING TN VITRO APPLICATION 
OF A LASER THERMAL PROBE TO CANINE 
ARTERIES^^ 

J.H. T0RRES;7VJ. WELCH and J. GHIDONI 
THE UNIVERSITY OF TEXAS AT AUSTIN 
THE UNIVERSITY OF TEXAS HEALTH SCIENCE 
CENTER AT SAN ANTONIO 

A laser thermal probe with a 2mm dimeter was heated by an 
argon laser at powers of 1 to 4 watts and applied to femoral, 
renal and carotid canine arteries in vitro in 5 to 10 second 
pulses. The probe was placed inside the arteries and its 
temperature was measured by a thermocouple welded to it (the 
probe). A 3-5 um thermal camera was used to measure the 
temperature rise at the adventitial side of the vessels. Three 
cases were considered: l)no liquid in the vessel, 2)the aneiy 
filled with saline, and 3)the anery filled with blood. The 
extent of damaged was determined by histoloy and correlated 
with the temperatures achieved by the probe and the 
temperatures measured r.t the back surface of the vessel. The 
temperatures obtained were also correlated with the applied 
laser energy. 

This work was supported by the Free Electron Laser 
BiomedicaJ/Material Science Program : ONR contract number 
N00014-86-K-0875. 
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BE4-C.8 

Laser Speckle Displacement Cardiogra^iy, 
G. Ramachandran*, Megha Singh, Bianedical 
Engineering Division, Indian Institute 
of Technology, Madras - 600 036, India. 



A new non-cc«ntact and non-invasive technique to 
mcmitor cardiac functional disorders has been 
develc^)ed. It is based on laser speckle inter- 
ferometry in which speckles, produced by the 
interference of laser li^t, scattered due to 
the roughness of a surface are utilized for mea- 
sxiring the displacernent of the surface. An 
electronic shutter has been developed for cont- 
rolling and synchrcHiizing the laser e^^xjsure 
with the electrocardiogra0iy(ecg) of the subject. 
Recording is performed en a holografMc plate 
and the developed plate is analyzed by point- 
wise filtering technique. Uie displacements are 
interpolated statistically and are plotted to 
obtain a perspective mailing of the activity as 
seen on the chest wall. By this method, the 
cardiac displacement activity during various 
f^iases of the cardiac cycle has been obtained 
and ccn^>ared for healthy male subjects, its 
applicatiw to the patients suffering frcm cardiac 
functional ataiormalities provides details of the 
malfunctioning region of the heart and shows ex- 
cellent to good agreement with that of 2D - echo- 
cardiograpy. 



PE4-D.1 

ADVANCES IN MEASUREMENT OF RESPIRATORY 
GAS EXCHANGE IN CRITICALLY ILL PATIENTS, 
Edward J. Truemper; Larry S. Jefferson, 
Yadin B. David, David L. Walding, Baylor 
College of Medicine, Houston, Texas 

The use of oxygen consumption, carbon 
dioxide production, and respiratory 
quotient determinations in critically ill 
patients are assuming increasing 
importance in guiding therapeutic 
interventions for cardiopulmonary, 
nutritional, and metabolic support. 
Despite the wide variety of commercial 
and custom designed instruments 
available, serious limitations exist 
which restrict their application and 
interpretation when used on certain 
patients. Potential factors that must be 
considered include: use of endotracheal 
tubes, high fraction of inspired oxygen, 
certain mechanical ventilatory modes 
(continuous flow, high peak flow rates) 
and water vapor. In critically ill 
children, the fast respiratory rates and 
small lung volumes often further limit 
the technical capabilities of most 
instruments. An outline of these various 
factors limiting instrument application 
is presented. Methods for reducing 
equipment error and improving instrument 
performance will be discussed. 



BE4-D.2 

Autonation in the Pediatric Exercise 
laboratory, Frank M. Galioto, jr.* 
M.D., Children's Ho^ital National 
Medical Center, Washington, D.C. 

Increasijig ccBDplexity in the pediatric exercise 
physiology laboratory has lent itself to 
autcsnaticai. Measurements that are becoming 
increasingly iirportant to fully assess the 
exercise performance in children include: 
electrocardiogram, blood pressure, respiratory 
gas exchange in the form of ojc^en oonsunpticai, 
carbon dioxide producticai and minute ventilatioi 
and cardiac cut^wt typically in the fonr- of 
acetylene re-breathing. These parameters caiinot 
be measured simultaneously without oorputer- 
cCTitiolled data aoguisiticai and online analysis. 
The computer serves to interface input devices 
such as the respiratory mass spectrometer and 
jHieumotadiograph, acquires data and perfonts 
online ocqputation of the various parameters. 
The ocqputer prepares the final report in a 
timely fashion so that data is available for 
analysis by the pl^ician at the oatpletion of 
the exercise test without delay. 

This paper will Qiphasize the studies undertaken 
with discussion of the carplex methodology 
required and the usefulness of automation in the 
pediatric exercise physiology laboratory. 
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BE4-D.3 

i^cplication of the equation of xrotion to 
mechanical ventilation* P. Richardson* and T. 
Hansen, 1 Baylor Plaza, Houston, TX. 
Passive exhalation l\mg mechanics (ocnpliance C, 
resistance R and time constant TC) are used to 
characterize the pulmonary pathc^ysiology of 
infants with l"ung disease in nevdx)m intensive 
care units. We i2se the equation of nction (P = 
V/C + l*v) to describe lung volxams (V) and gas 
flow (v) during passive exhalation vdien pressure 
P for the respiratory system equals 0 . TC is 
calculated fron the slope of flovr-volxsns curve, C 
is determined either as quasi-static C or dynamic 
C, then R is calculated from TC/C. Two different 
techniques are used in determining lung mechanics 
and the results are usually different . For 
mapping severity or stage of disease, we clairp 
the infant's endotrad>eal near end-inhalation and 
allow pressures in the limg to readi equilibriimi 
then release the clarrp for passive exhalation to 
the atmosf^iere/ therefore, the ventilator is 
momentarily removed from the system for quasi- 
static measures. For ctetermining the effects of 
ventilator settings on dynamic l\jng mechanics, 
measurements are made during mechanical 
ventilation. An JBMrXS corputer is i;sed to 
sanple flow and airway pressure then calculate C, 
R and TC. Tidal volume, respiratory rate and 
airway pressures are also calculated. Corputer 
math modeling is applied to flow^-volume curves 
that are not linear and a distriJbution of time 
constants is calculated. 
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BE4-D.4 

The Use of Magnetic Resonance Spectroscopy in 
Hypoxia* G* Gutierrez*, Pulmonary Division, Univ 
Texas Health Science Center, Houston, TX. 

Magnetic resonance spectroscopy (MRS) is a new 
technique with great potential in the non-invasive 
diagnosis and treatment of tissue hypoxia. MRS 
works by directing high frequency radio pulses 
into tissue samples placed within a strong and 
homogeneous magnetic field* The radio energy 
absorbed by certain nuclei in tissue produce a 
spectrum where different peaks correspond to 
various important biologically active molecules. 
The area under the peaks provide a relative 
measure of the tissue concentration of these 
molecules. Two important, naturally occurring, 
isotopes are I-H (proton) and 31-phosphorus. 
Proton MRS is widely used to create tomographic 
images, but it also provides information on the 
tissue concentration of numerous compounds, such 
as free fatty acids and lactate. 31-phorphorus 
MRS can be used to follow changes in the energy 
state of the cell as it measures ATP, 
phosphocreatine, inorganic phosphate and 
intracellular pH» The possible role of this 
technique in characterizing cellular events in 
hypoxic tissues, as well as the relative 
advantages and disadvantages of proton and 
31-phosphorus MRS, will be discussed. 



BE4-D.5 

Portable device for continuous monitoring 
of oxygen uptake. K.Sato*, T.Tamura, nd 
T.Togawa, ♦Univ. of California,San Diego, 
La Jolla, CA 92093, U.S.A., Tokyo Med. & 
Dent. Univ., Tokyo, Japan 

An apparatus for continuous monitoring of oxygen 
uptake without discomfort was developed. The 
subject wore a hood through which air was drawn by 
an exhaust blower. The oxygen concentration in the 
hood was maintained constant by a servo-controlled 
blower, so that the flow rate was essentially 
proportional to the oxygen uptake. The flow rate of 
the main stream was measured by a time-of-flight 
flowmeter located in the exhaust hose. Flow rate 
and oxygen concentration signals were digitized and 
stored on a memory chip. The entire device, 
composed of these several parts, was assembled in a 
small package (wt=3kg) which the sub'ect carried on 
his back. Upon removal of the memory chip after 
each experiment, data were transferred into a 
microcomputer where trends of oxygen uptake were 
calculated. The measurements made with this 
instrument are comparable to those made with a 
Douglas bag collection and gas analysis. 



BE4-D.6 

Clinical Use of Continuous Cardiac Output 
Measurement System with the Modified Thermo- 
dilution Catheter, T. Kano, S. Sekii*, 
M. Katayama**, K» Miyasaka**. Dept. of ME- 
Service, Mitsui Memorial Hosp, Terumo Corp*, 
National Children's Med. Res. Center**, 1, 
Kanda Izumi-cho, Chiyoda-ku, Tokyo lol, Japan 

Recently thermodilution (TD) cardiac output (CO) 
measurements are widely used in many clinical 
cases. However, it Is impossible to get CO values 
continuously in such a conventional TD method 
requiring frequent intermittent cold injection 
which may affect patients. 

We've developed Continuous Cardiac Output Measure- 
ment (CCOM) system to solve the above problems. 
In this system, the Modified TD catheter (KATS/ 
catheter) is used. This catheter has two thermis- 
tors; one is for the conventional TD method, the 
other is for detecting heat loss dependent upon 
blood flow velocity (BFV) . So, once CO is measured 
by the conventional TD method during the continuous 
measurement of BFV, the relation between CO and 
BFV is decided (CO/BFV=S corresponding to the 
sectional area of pulmonary artery). After this, 
CO can be measured continuously by measuring BFV. 
The correlation coefficients between CCOM values 
and electromagnetic flow meter values were 0.966 
(n=18) in hemodynamic model, and 0.9AA (n=29) in 
animal experiment. CCOM system is now clinically 
tested and good results are being obtained. 



BE4-E.1 

Ethical Codes in Bionedical and Clinical 
Engineering - An International Ccnparison, 
Jan Persson*, Dept. of Bicmed. Eng. and Center 
for Medical Technology Assessment, Linkbping 
University, S-581 83 Linkbping, Sweden. 



In 1987 the International Federation for radical and Biologi- 
cal Engineering (IITOE) started a project aiming at an interna- 
tional ccnparison of the ethical standards under Uiich bioned- 
ical aiyd clinical engineers worl:. An inquiry on these matters 
was sent to the affiliated organizations of the IfTOE. 
Issues considered were existence and applicability of ethical 
codes or guidelines for professional engineers, clinical and 
biomedical engineers and physicians. Comnents on the need for 
ethical guidelines were alsd' demanded. 
In February 1988 one third of the msnter countries of the 
Federation have responded to the inquiry. F^w have a code at 
present, but several countries consider devising a code or feel 
the matter of high irtportance. Pros and cons will be discussed. 
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BE4-E.2 

Biomedical Innovations: The Role 
of Ethics, M. N. Maxey*, Biomedical 
Engineering, The University of Texas 
at Austin, Austin, Texas. 

Professionals responsible for innovations 
in biomedical technology are increasingly 
vulnerable to accusations by critics who 
claim that ethical considerations are 
rarely a factor in determining the merits 
of a particular innovation. As a consequence 
critics have captured the "moral high ground," 
and the images of Faust and Frankenstein tend 
to dominate public perceptions of technology- 
out -of -con >:r'>l . 

Biomedical technologists must take a more 
active role in restoring public confidence 
on at least two fronts: (1) shaping the 
public debate by demonstrations of concern 
for ethical principles in anticipation of 
social implications of innovations; (2) 
preparing students to deal more effectively 
with emerging ethical issues. 



BE4-E.3 

Ethics In Clinical Medicine 
C. William Hall, Southwest Research Institute 
San Antonio, Texas, U.S.A. 

Over the past two decades, life support 
systems have been developed which allow maintain- 
ing life during a difficult period and give the 
patient an opportunity to return to a productive 
life of respectable quality. However, these same 
life support systems bestow upon the physician 
and family a difficult decision. Once it Is 
obvious that the patient will be unable to return 
to a quality of life that contains joy or produc- 
tivity, should the life supports continue to be 
used or discontinued. Probably, the most famous 
clinical case which focused public attention to 
this problem was that of Karen Ann Qulnlan. 
Because of its wide news media coverage, the 
Quinlan case requires no discussion here. Because 
of the United States' cultural background, euthan- 
asia or "mercy killing" is not practiced in this 
country. However, the rising costs of hospital- 
ization at.d medical bills are creating debates 
oil this lsi.*ue. Currently, the U.S. government 
only allows the support systems to be disconnected 
but demands that the individual be kept comfort- 
able. In many cases, the patient Is allowed to 
make a decision about the use of life support 
systems by initiating the "living will". Whether 
the decision is made by the patient or family, 
most persons agree that an individual should 
be allowed the opportunity to die with dignity. 



BE4-E.4 

Should Bioethics Training Be A Part of 
Clinical Engineering Curriculum ?. S. Saha*, 
P. Saha, Louisiana State University Medical 
Center, Department of Orthopaedic Surgery, 
Shreveport, Louisiana 71130. 

The fact that we need to provide an education that 
can prepare doctors and other medical personnel to 
face ethical problems is becoming more recognized. 
Yet, a similar need remains unrecognized for the 
bioengineer. The evergrowing dependence of health 
care on technology is creating the need to instill 
an ethical consciousness and a strong understanding 
of personal responsibility in those Clinical Eng- 
ineers who provide that technology in the hosp- 
ital. As members of the health care team, Clinical 
Engineers must be prepared to face ethical issues 
arising from defective of inadequate equipment, 
scarcity of resources, conflict of interest, con- 
fidentiality, clinical research, "truth-telling," 
and care uf the terminally ill. Thus it is impor- 
tant that clinical engineers, during their under- 
graduate and graduate training, should be exposed 
to the problems of biomedical ethics and to the 
principles which should guide them to deal with 
these difficult issues. With the rapid develop- 
ment of medical technology, new ethical questions 
are bound to evolve and thus clinical and biomed- 
ical engineers should also take part in continuing 
education on such topics so that they will be well 
prepared to face these issues so that we can assist 
in the progress of modern medicine. Examples of 
some of these issues will be discussed. 



BE4-E.5^ 

Proteating the Rights of Hicman Research Suhjeots, 
K, Wigodsky*, University of Texas Health Science 
Center, San Antonio, Texas 78284-7750 

There are ethical and practical reasons for 
protecting the rights of human research 
subjects. Appropriate laws have been enacted 
and regulations have been published, A 
regulatory organization has been established in 
government, research institutions, and elsewhere 
to assure protection of the rights of human 
research subjects particularly in government 
sponso ed rei^earch including research with drugs 
and devices. Research investigators are veil 
advised to familiarize themselves with these 
processes to make the proper responses. 



ERIC 



1988 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



Biomedical Engineerins Scientific Papers 



BE4-E.6 

Professional Society Impact on the Status of 
Clinical Engineering as a Profession , Gerald 
R. Goodman* University of Texas System Cancer 
Center, Houston, Texas. 

In the United States at present, there are three 
professional societies working to represent the 
Interests of clinical engineers, and an Inter- 
national certification comnisslon for clinical 
engineering. 

A reasonable quesLxon to ask Is if these socie- 
ties work to the best Interest of clinical engin- 
eering, and are the best use of the financial 
resources available to promote the clinical 
engineering profession? 

An answer to these questions can be found 
through a review of the sociology literature in 
the area of role theory, where professional 
societies are identified as only one element in 
a natural developmental history of successful 
professions. 

Clinical engineering would be better served 
through an examination of the professionaliza- 
tion process, and the development of a single 
society that best meets the exclusive Interests 
of clinical engineering. 



BE4-F.1 

PATIENT-CARE TECHNOLOGY EVALUATION/ 
V. David* Biomedical Engineering, 
Texas Children's Hospital, Houston, 
Texas 77030 U.S.A. 

The delivery of Health-Care Services are 
becoming more technology intense than 
ever before. In addition the rate of 
the introduction of new technologies 
into the health care environment is 
accelerating. Thus, hospitals are 
facing pressures to allocate their 
limited resources to the acquisitions 
and operation of these newer 
technologies. 

Biomedical Technology assessment is 
being debated at various decision making 
levels, Governmerts, Health Care 
insurers, and professional societies are 
participating in the search for the 
optimal methodology for assessing 
Biomedical technology. At the hospital 
level, however, limited support is 
available to guide the selection. 
The fitting of new devices into the 
unique practice of an individual 
hospital seems to be a suboptimal 
process. Hospitals using decisions 
based on evaluations by an interdisci- 
plinary team of experts can improve 
operations and thus patient-care. 



BE4-F.2 

A Public Database on Medical Devices 
Chr. van Nirawegen* and J. Boter, 
Medical Technology Unit TNG, P.O.Box 
188, 2300 AD Leiden, The Netherlands. 

During the last decennia the growth in use of 
medical devices in health care has been 
tremendous. Industry offers a wide variety of 
makes and types tu the consumer. Health care 
institutions need assis^Ance in purchasing 
suitable devices and solviu^ problems concer- 
ning reliable and safe functioning of devices 
in critical areas. Therefore, there is a 
growing need for objective information on 
commercially available medical devices. 
We developed a database, which contains: 

- an inventory of diagnostic and therapeutic 
equipment offered tot the Dutch market-place; 

- information on publications like evaluation 
reports, hazard reports, market surveys, 
review articles etc.; 

- important specifications of a number of 
types of medical devices; 

- information on national and international 
standards concerning medical devices. 

Since the beginning of 1988 the database is 
directly accessible for health care 
institutions. The database presented has a 
relational file structure while the data arc 
presented in a videotex environment. 



BE4-F,3 

Clinical Enginep>^ing in Primary Care, Jan Persson*, 
Lars Borgquist snd Claes Oebourg, Dept. of Bicned. Eng. 
and Center for t^ical Technology Assessment, Linkdping 
University, S-581 K Linkdping, Sweden. 



Primary care is in many countries expanding with regard to 
extent and content. Technologies originally intended for the 
hospital are transferred to primary health care centers, often 
without analyses of effects. In this study an inventory of 
medical devices, their use and need for maintenance and train- 
ing, was made corprising the health care centers in Sweden. 
Measures of standard level with regard to medical devices and 
chemical laboratory tests vere found to differ significantly 
between the counties. The standard measures increase with size 
of the care center as measured by nurber of district phys- 
icians, and to extent of specialities available. The standard 
level of medical devices also increases with distance to the 
hospital. Policy decisions within the county councils and the 
physicians background in hospital care seem to be inportant to 
the choice of technologies. 

A nifrber of devices are pointed out where there is a need for 
Increased efforts by clinical engineers concerning training 
for correct use and maintenance. 

A model for the diffusion of technologies to primary care is 
proposed. 
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BE4-F,4 

Modeling the Impact of Technology 
-n Neoiitotal Intensive Care, R.T. 
Almeida, M. de ''arvalho, J.M.A. 
Lopes, and R.B. Fanerai*, COPPE/ 
FIOCRUZ, K^-i de Janeiro, Brazil. 

The relationship betweon tmiltiplfi technologies 
routinely used in neonatal intensive care units 
(NICU) and outcome variables such as length of 
stay and weight gain was assessed by consider ir^^ 
the utilization of 53 technologi-s in 82 pa- 
tients with birthweight in the range Io00-1999g. 
The technologies studied correspond to 22 diag- 
nostic ^monitoring technologies, 29 n.ethods or 
rreatment, and 2 techniques of psychological 
support. 

The total number of technologies utilized per 
case (TU) can be explained by the 5 min Apgar 
score and the index of severity of illness vith 
a coeficient of multiple determination (R2) of 
0.86. The length of stay (LS) is explained by 
TU and birthweight (BW) h R2=0.70, and the 
percent weight gain by LS, BW, and gestational 
age with R2»0.A9. The three models are signif- 
icant at the p<0.001 level. These results can 
be applied to technology assessment and the 
evaluation of relative performance of different 
NICU. 



BE4-F.5 

A Programme for the Assessment of Health-Care 
Technologies in Japan, Makoto Kikuchi', Dept. 
of Med. Eng., National Defense Med. Col., 3-2, 
Namiki, Tokorozawa, Saitama, 359, Japan. 

Since 1975, high-level medical technologies have 
begun to be widely used in hospitals and clinics 
in Japan. At the same time, national health-care 
expenditure has increased from 2A0 billion yen or 
2.7 per cent of the gross national product (GNP) 
in 1955, to 18 trillion yen or 5.1 per cent of the 
expected GNP in 1987. Since the burden of these 
expenditures has increasingly shifted from 
individual patients to society, the Government has 
attempted to stop or at least slow dowii the rapid 
oscalalion of health-care costs. In this paper, 
the author introduces the unique situation and 
tendency of high-level health-care technologies in 
Japan compared with western countries, and also 
discusses the role which medical technology has 
played in this transition of the health-care 
system. He also draws attention to the urgent need 
to establish the actual programme for assessment 
of health-care technologies appropriate for the 
national health-care system, and then discusses 
the new methods used in developing the 
fundamental criteria and the effective programme 
for the assessment of health-care technologies, 
which has been under study for the past year in 
Japan. 



BE4-F.6 

Assessment of Medical Devices 
J.F. Dyro^ State University 
of ^Jew York, Stony Prook, 
•lew York 11794. 

Through assessment of medical devices, 
biomedical engineers in health care 
facilities circumvent the familiar prob- 
lems of frequent failures, high cost of 
operation, incompatibility with other 
devices and user misuse and misappl ica- 
tion. SoftQoods and disposable products 
are assessed by University Hospital's 
Standards L r.valuation (G&r.) Co"iimittue 
which includes members froir» most hc^spi- 
tal departments, "aticnt care e»|uipnent 
acquisitions are reviewed bv biomedical 
engineering (PKH). In-house ussessiaents 
supplement information available from 
sources such as governm»*nta 1 aqenciefi, 
independent research laboratories, 
shared service orqanisations, journals, 
professional organisations and the old 
boys* network (OCr:). "^ipposaMc blood 
pressure transducers, physiological ron-- 
itors, defibrillators, inCuraion puiaps, 
continuous noninvasive blood pressiiru 
monitors, data management sy^-'-i.oMs and 
apnea monitors have been ovalu/itod by 
biomedical engineering. 



BE4-F.7 

Hzatth EqaipmCiit Planning and 

Vtv<Uoping Country, B. Wang*, ASEQ/ 
Secretaria da Saude, Sao Paulo SP, 
Brasil 05403. 



Within the State of Sao Paulo a new health 
system is being formed by uniting federal, 
state, city, and philanthropic health services. 
This new system is composed of approximately 
544 hospitals (with a lOtal of about 84.500 
beds), 1000 clinics, and 10 research centers. 
This system serves, together with private 
institutions, a population of about 30 million. 
For this system, a special advisory office, 
directly subordinated to the Health Secretary, 
was created to establish and implement a policy 
on health equipment, including all stages of 
its life cycle, i.e., planning, procurement, 
i istallation, utilization, maintenance, 
refitting, and eventually, obsolescence. 
Particular emph'sis was given to the 
development of a methodology and supporting 
databases for planning and procurement, because 
of the large amount of capital investment 
needed for new facilities and for improving the 
existing ones. 
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BE4-F,8 

International M^idical Device Hazard Reporting 
Network , Elliot B. Sloane*, MSEE, ECRI, 5200 
Butler Pike, Plymouth Meeting, PA 19^22 USA 

ECRI, a nonprofit medical technology assessment 
agency since 1965, has been designated by the 
World Health Organization (WHO) as the Collaborat- 
ing Center *jr Information Transfer on Medical 
Devices. * fundamef;tal task is extending and 
maintaining the mult:.Iingual International Medical 
Device Tomenclature (IMDN) system. Secondly, ECRI 
is collecting worldwide medical device problem re- 
ports and organizing them with the IMDN for rapid 
analysis, Finally, ECRI will disseminace reported 
risks and hazards of commonly used medical devices 
to the WHO member nations. The global economy of 
the 1990 's and beyond will cause significant 
changes in the distribution, use, and safety of 
medical technology. In over 20 years, ECRI's ex- 
perience is that virtually all medical products, 
whether diagnostic or therapeutic, have some level 
of risk. No country is able to test and certify 
all of the medical devices used within its 
borders. Also, it is unethical, uneconomic, and 
unnecessary for each country to learn on its own, 
building on its own tragic experiences. Growing 
international trade and interdependence makes the 
IMDN-based comprehensive ECRI/WHO International 
Medical Device Hazard Reporting Network essential 
for all countries and patients. 



BE4-F*10 

Technology Assesprnent: Small Volume 
Infusion Pmps, Barbara Ann Bukowski* 
10103 Prospect Hill/ Houston, Texas 
77064 

This research explored a methodology for 
technology assessment within the health 
industry. Phase I reports the development 
and testing of the Candidate Adoption-Use 
diffusion paradigm and the timG series 
analysis of external SVIP diffusion, com- 
pared to the classic diffusion model/ CA-U 
more accurately explained the empiric 
diffusion trends. CA-U favors utilization 
as opposed to adoption behavior. 
SVIP chemotherapy is a technology applied/ 
monitored and maintained by nurses. Phase 
II reports on the prospective survey of 
117 random patients who adopted and used 
SVIP. Their functional ability in self 
care/ social role and interaction/ 
employment and activities of daily living 
was analyzed. There was sufficient 
evidence that the alternative inpatient 
technology restricted activity whereas 
SVIP outpatient therapy permitted patients 
to function more independently and in a 
social lifestyle/ thus adding quality to 
life. 



BE4-F.9 

Comparative Evaluation of Medical 
Equipment, B« van Eijnsbergen*, 
TNO-Corporate Planning Department, 
P.O. Box 297, 2!501 BD The Hague. 

Within the European Community a project on 
Comparative Evaluation of Medical Equipment 
is going on. The aim of the project is 
a) co-ordination on the activities in the 
field of evaluation of medical equipment of 
the Member Countries, b) to collect, store 
and distribute publications on evaluations of 
nedical equipment and c) to draft protocols 
for comparative evaluations of medical 
equipment . 

In the known literature-<iata-bases reports 
of evaluations are mostly not present (grey 
literature), so that a special data-base 
n'.*^ to be set-up for this aim. In the 
Netherlands such a data-base is already 
functioning for some years. Since in 
different other countries similar data-bases 
are in preparation, a network-system of the"** 
* can provide (on line) information. 

Protocols on evaluation of infusion-systems 
nnd ultra sound diagnostic equipment has been 
o'rafted. The use of a some protocol in an 
evaluation has the advantage of possibility 
of comparison of the results. 



BE4-F.11 

A.H.C.T. - RFLEVANCE TO THIRD WORLD NATIONS 
T.G. Krishna Murthy*, Bangalore, India 

The realistic assessment of Health Care Technology 
appropriate and relevant to these nations involves 
a scientific and planned need based approach. Ma- 
3orit( of people (about 80 percent) in these nations 
which are highly populated are. So technology and 
trained mani>ower utilisation implies setting up 
both centres of clinical excellence where the re- 
quired back-up facilities are ensured and also at 
the majority of other centres where the essential 
diagnostic, therapeutic and bxoanalytical instru- 
ments which are low to moderate cost and are simple 
and ruqged. Clinical experience in the last decade 
indicates the application of integrated therapy 
utilising both modern and locally prevalent systems 
of medicine. Such a step ensures carrying medical 
care to the doorsteps of remote rural areas. The 
GPAHCT of WHO located in Copenhagen in consultation 
with clinical engineers in these nations can en- 
lighten and educate the medical and health care 
experts which can go a long way in attempting to 
achieve the really formidable challenging goal of 
HEALTH FOR ALL BY 2000 A.D. 
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BE4-6.1 

CURRENT STATUS AND FUTURE CHALLENGES FOR 
CLXNXCAL ENGINEERING IN THE U.K. 
V C Roberts* 
Department of Medical Engineerlncj, 
King's College School of Medicine, LONDON 

Clinical engineering has only recently 
become "officially" recognised in the 
United Kingdom following the 
establishment, by the Biological 
Engineering Society, of a Scheme of 
Certification. This applies to those 
practising professionally as clinical 
engineers within the UK's National 
Health Service, and fully accords with 
the IFKBE guidelines for registration. 

Many health care scientists work on 
clinical engineering activities, but so 
far only a small number have sought 
certification, a .situation which should 
change as the certification scheme 
achieves credibility. The main 
challenges for the future, dictated by a 
diminishing national health care 
resource, will in"olve the clinical 
engineer taking a ±ull role as a 
business manager and not merely a 
scientist. The educational and 
training implicat:lons of this have yet 
to be properly addre?^ed. 



PRESENT AND FUTURE OF CLINICAL ENGINEERING 
DEPARTMENTS IN JAPANESE HOSPITALS, N. Ono', 
Dept of Med. Eng. Service, Mitsui Memorial 
Hospital, I, Kanda-Izumi-cho, Chiyoda-ku, 
Tokyo, Japan 101 



The national certification lav of clinical engi- 
neering (CE) technicians was recognized in the 
Di * in May '87. However, there are a few esta- 
blished CE-departments in Japanese hospitals. 
Although there are about 7000 CE-techniciana, 
most of them engage in hemodyalysls treat- 
Lieiit in small cli..ics. There are only about 
20 all-round CE-departments in Japan. They 
engage in the engineering service similar to 
those in U.S. and other countries except for 
repairs. At the same time they engage in the 
clinical service, which means operation of many 
kinds of medical engineering equi|.;nert, such 
as extracoporeal machines, hemodyalysls machines, 
respiratory assist devices and other life suppor- 
ting equipment. In the very near future, we 
must establish the organization and re-educatlon 
system of CE-technicians , and also the relation- 
ships between in-house CE-departments and the 
manufactures. I would like to report on these 
future programs. 



BE4-6.3 

Ctinicat Engim<txing in Bxazitf B. 
Wang*, Assoc. Bras, de Engenharia 
e Manucencao Hospitalar, c/o CEB/ 
UNICAMP, Cx Postal 60A0, Campinas 
SP, Brasil 13081. 

For many years > medical equipment was purchased 
in Brazil without regard to its maintenance 
needs and costs. Preventive maintenance was 
almost inexistent and services were provided 
solely by manufacturers' representatives at 
high cost and with low efficacy. Often it was 
easier to buy a new equipment instead of 
repairing the old one. Thus a critical 
situation was generated: about 20-40% of all 
existing equipment (i.e., about US$ 2-3 billion 
worth) is out of order. 

In the last 5-10 years, a few hospitals 
established their own clinical engineering 
teams to take care of technology planning, 
selection, acquisition, maintenance and 
operators' training. The good results obtained 
by them are spurring others to follow the £s,aue 
approach, and even the government to modify 
it's health policy. 

Last year, a Brazilian Association o^ Hospital 
Engineering and Maintenance was created to 
promote further advancement of this area. 
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£84-6.4 

CLINICAL ENGINEERING IN ITALY 

R. Hcrletti* Polltccrilco Ci Torino, Torino, ITALY 

D. Dravar, Rip. App. Snn. , USL 1 trlcstlna, Trieste, ITALY 

A five year research project In Clinical Engineering (CE) his been 
cospletcd by the Italian National Research Council In 1988. Purpose 
of the project vas to survey, coordinate and link In a national 
prograa the existing local Ce activities and to provide guidelines 
to the National Health Service (350642 beds) for «stablllshlng CE 
Departcents md recognized CE positions at least In the «aJor 
hospitals. The results indicate that 16 clinical engineers and 70 
EHCT are actually operating In Italian hospitals (nost of the« 
Affiliated to ths Trieste Local Health Unit), vhlle 3S0 engineers 
and 1750 BHET would be needed in the country to aeet the ainiaua 
requireoent of 1 eng./(lOOO hosp.beds) and 1 tech./(200 hosp.beds). 
On the basis of a survey on 12 hospitals the value of bioeedlcal 
cquipaent in Italian hospitals has been estlaated as 18,000 
S/hosp.bed vhlle the annual aaintenancc cost Is 1,1^0 $/hosp.bed 
(national average) with clnlaal values at 770 S/hosp.bed In 
hospitals vlth C£ activities. 

Asong the research products , described In over 2000 pages, are: a 
softvare package for equlpaent eanageaent (a possible national 
standard), a set of aanuals about purchase criteria , operating 
principles, standards and safety probleas, aaintenance requlceaents 
of OR , ICU, radiological, clinical cheaistry and physical therapy 
equlpaent. Pilot evaluations of cost/ef fectlvness of soee 
radiological and clinical cheaistry services are also described. 
As experienced in other countries, the establllshaent of C£ 
Departacnts appeared to be the only way to control the inflation of 
Bodern Health technology vhlle increasing hospital safety and 
effectivness. No training prograas are offered by universities for 
clinical engineers. Experiaental tra) ing of BHET has started In 
two cities vith funds provided by the EEC and by regional 
adninistrations. Hovever the lack of official positions and career 
prospects and the lov hospital salaries aake Industry offers aore 
attractive to the nevly graduates. Tvo national prograas are 
expected to be approved in the next few years for training clinical 
engineers and BKETs. This first coordinated national effort 
provides health authorities with very clear directions about the 
appropriate approach to the issue of health care technology 
oanageeent. 
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BE4-G,5 

Biomedical Engineering Challenges for Southern 
Africa, MA Poluta*, GG Jaros, Department of 
Biomedical Engineering, Groote Schuur Hospital 
and UCT Medical School, Cape Town, RSA. 

Southern Africa is a developing region facing 
both first and third world problems in health 
care. In the context of health care technology 
a need-driven rather than a technology-driven 
approach is desired. "High-tech" solutions are 
often prohibitively expensive from both capital 
and maintenance cost considerations and are not 
always the best or most appropriate engineering 
solutions to meet Riven needs. It is also per- 
tinent to ask whether a developing region can 
justify a local equipment industry. We propose 
that such an industry is both desirable and 
viable. In particular, biomedical engineers 
together with clinical engineers, clinical 
technologists and other health care workers, 
have a key role in such an environment. Only 
through their continued involvement will an 
appropriate and cost-effective transfer of 
technology be accomplished. This presentation 
will examine some identified needs as well as 
examples of solutions proposed and implemented 
by our department. 



BE4-6.6 

Clinical Enjineeving in Hungary, 
M.Susanszky, National Institute 
for Hospital and Medical Engineering 
/ORKI/, P.O.B. 32, H-1525 Budapest 114 
Hungary, N. Richter'*', MEDICOR, P.O.B. 
150, H-1389 Budapest 62, Hungary 

Being aware of the present situation of 
clinical engineering in Europe it seems 
to be worth giving an account of the 
Hungarian achievements which could be a 
model of an effective system in a small 
country. In Hungary there are about 
100.000 hospital beds and the health care 
is entirely organised and financed by the 
state. Within the health service there 
are about 220 qualified engineers working 
in jobs that are connected with clinical 
engineering. It is a local peculiarity 
that only a smaller number of them works 
for the maintenance, unlike in other 
European countries. At the same time they 
have larger responsibility for preparing 
of decisions conc/^rning the purchase of 
medical equipment and for maintenance 
management. 

The technical staff of the hospital, 
under leadership of clinical engineers, 
does only the less difficult maintenance 
work. 



BE4-G.7 

EVALUATION OF PROVINCIAL PUBLIC HOSPITALS 
IN TUCUMAN FROM A CLINICAL ENGINEERING 
VIEWPOINT. CJ Felice, CP Breitman, OJ 
Barrionuevo. OK Batall&ri, HD Gr.imajo, VI 
Rotsor and MI Verccllono. Biolngenieria, 
llnl vr.rcidad Naclonal de Tucum£n (UNT), cc 
28 ouc 2, (^000) TucumAn, Argentina- 
Kax E. Valcntinuzzi* 

Objctive: To evaluate electrical 
satcty In tho flv* main public hospitals 
(about K«00 t>edc) of the Tucum&i Province 
(1,000,000 people) of Argentina. Field 
visits were performed and a detailed 
Truest ionnaire was given to one of tho 
hoepitais (321 beds). For the latter: (a) 
No intramural maintenance is porf omed to 
medical equipments, (b) Electrical safety 
standards are not applied, (c) There is 
no adequate consulting mechanisms for the 
acquisition of new equipments, (d) No 
training is offered to the personnel. For 
all hospitals: (1) Even knowledge of 
electric safety standards is essentially 
non-oxistant. (2) There is no Clinical 
Engineer ing Do par tment. Maintenance 
personnel takes over a few CE tasks. 
Repairs are sent outside (3) Within 
hospitals, the available maintenance 
personnel does not have enough skill. At 
a national level, there is a hospital 
standard (IRAM 4220) which considers only 
general aspects of medical equipments. 



BE4-H.1 

The Relationship Between Clinical Engi- 
neering Activity and Financial Support - 
Report from an Investigation by Clinical 
Engineers, Bengt Lindberg* and Bengt- 
Olov Wieck, Clinical Eng. Dept., East 
Hospital, S-416 85 Gothenburg, Sweden. 

The increased use of medical technical equipment 
in hospitals has been nore rapid than the follow- 
up by administrative personnel involved in the 
financial support to this activity* An investi- 
gation was carried out to highlight the problem. 
The value of the medical technical equipment in 
our hospitals was estimated and the cost for 
service and mainteronce to keep this eouipment 
work safely was calculated- We conpared this 
cost with the grant that is spent on such activi- 
ties bv the hospitals. 

A conparison was made between the cost and time 
to repair equipment from either an external com- 
pany or by the biomedical engineering department 
of the hospital. 

The investigation showed a large inbalance bet- 
ween the use of biomedical equipment and the 
financial support for its use. 
With the results we hope to increase the aware- 
ness of the hospital management of the consequen- 
ces there are in introducing new equipment into 
hospitals. 
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BE4-H.2 

Profit from Organized Medical Engineering 
Center at Kitasato University Hospital 
Satoshi Watanabe,M,D,*- 

Medical Engineering Center & Department of 
Anesthesia, Kitasato University Hospital, 
Sagamihara, Kanagawa, Japan. 

Medical Engineering center at Kitasato 
University Hospital was established in 
1981 to organize all medical equipments 
excepting for those instruments which be- 
long to clinical laboratory and X-ray de- 
partment. This center provides not only 
engineering service as maintenance and re- 
pair of equipments, but ali^o extends to 
promotion and education activity, and ex- 
mination and develooment of new devices. 

We have studied the amount of finan- 
cial resources which contributes to profit 
of hospital in the past one year. The ac- 
cumulative cost of repairs was calculated 
with labor, managing and time share. This 
amount was comoared with those expenses 
which we ought to pay if they are repaired 
by manufacturers. The total exoense was 
cut down to one eir^th of the amount of 
requisition by the manufacturer. 



BE4-H.3 

A Program to It.crease Equipment 
Durebilitv in Brazil, Magalh2es R.A*., 
Panerai R.B., Nobre F.F. , Wiederhecker 
N.G., Machado J.C., Vieira C.R.S., 
INAMPS* and COPPE/UFRJ, Rio de Janeiro- 
BRAZIL. 

The transfer of medico' teclmology to developing 
countries has been characterized by the early 
deterioration of costly equipment resulting from 
inadequate planning, instal i«f ion, and mainte- 
nance. Attempting to change this pattern, and to 
increase the medical benefits resulting from de- 
ployment of A8 modern imaging devices in several 
regions of Brazil, a special program has baen 
set up to prevent the classical facto - which 
have been responsible for the reduced useful li- 
fe of similar technologies. Before delivery, a 
detailed contract was established with the man- 
ufacturer regarding shipment, insurance, guaran- 
tee, and maintenance Following the installation 
of each device, a clinical engineering team in- 
spects several aspectii of the physical instal- 
lation, enviromental conditions, and operator 
training. The protocol also includes basic elec- 
trical measurements and tests of image quality. 
All abnormalities detected were immediately re- 
ported for correction. This program can be regar- 
ded as a conceptual model wh?ch can be useful 
for other countries facing the problems sur- 
rounding technology transfer. 



BE47H.4 

Clinical rnqineerinq Productivity 
Management; A Case StudV t 
A* Mahachek; The Johns Hopkins 
Hospital r Baltinore, Maryland, 21205 



Described in chronological order are 
the steps taken to install 
productivity measurements and 
controls within the CH-icsl 
Engineering Department of a large 
teaching hospital. Motivation for 
this project involves both 
preparation for going "for profit" 
and the need to resolve an over- 
budget condition of labor cost. The 
project steps include current 
hospital management reports, 
database adequacy, supervisors' time 
logs, computerized budget spread 
sheets, testing changes on a 
financial simulation model, 

developing labor task standards, and 
departmental labor performance 
reporting* The project yields 
significant positive results for the 
department's performance versus 
budget and also leads to growth in 
supervisory and management skills. 




BE4-H.5 

A KNOWLEDGE BASED MIXED ARCHITECTURE FOR 

ELECTRO^EDICAL EQUIP^^NT MANA6Ef€NT 

r.r. Branca, p. Cup|.a*, a. ^3ura, F. Vinelli, 

Lab Artificial Intolliqonce, Romo, Italy 

Sine* 1963 tjtf- Chorrdcal En^i'.ineering Service of the Children 

Hxpittd "RjfTbino Gesu»*' of Bora, estobliched in 1981, utilizes 

a tmditicml data bOGO svstem the ncn^cOTcnt of 2350 electn>. 

medical cqjipncnts (global value 2X FVon the acquired 

experience the necessity of this troditlcfkxl data base vos 

cmfiXTTCd, ar>d the gnowth of new pnoblene that, can not be eolue 

by neans of these systere appeared. 

In particular the ujeAilness of Aruncial Intyilligence Ted ,j 

in the equipfrcnt monaeencnt appeared. In this paper a nodel 

based cn mixed architecture is prcpoGod. 

This Rodtel is capable to identiiy dinanically the sijTUficant 

parameters for lifii cycle stratear of each ecyjipment. 

The architectxire is based cn: traditional base (inventaiy 

data, ronuten^ocfi data, costs), algprithnic rsodel (costs and 

prodtttivities prevision); ar«d, finally, krwwledlce associated 

to expert eysten. 
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BE4-H.6 

The equipment control system, h£DEQ, 
as a tool in the reinvestment process, 
L. Lbfstedt? C. Nerhed and B. Eklund, 
Medical eng. dpt, University Hospital, 
Uppsala, Sweden. 

The University Hospital in Uppsala has medical 
equipment for 80 million dollars value, 
calculated 1987. All equipment, and day to day 
information about it is continousely registered 
in our equipment control system MEDEQ. 

The hospital has need for 20 MUSO as capital 
money 1988. But we have only 5.5 MUSD avail- 
able, for both reinvestment and investment in 
new technology. If all money is used for med- 
ical equipment it givs a reinvestment period 
of 15 years in our hospital. The lifetime of 
medical equipment normally ranges between 5 
and 15 years. 

The reinvestment process must therefore be 
carefully done, and the need for adequate in- 
formation is obviouse. One important information 
source is our equipment control system, MEDEQ, 
which we have been using for more than 10 years. 
We have found it to be a very useful tool in 
the reinvestment process. 



BE4-H.7 

Funding strategies for clinical 
engineering in the Mari times, *M. Frize, 
A.L. Nickerson, Reg. Clin. Eng. Service, 
330 Archibald St, Moncton NB/NSAHO, 5614 
Fenwick St, Halifax NS. 

Two methods of comparing workload and funding re- 
quirements of clinical engineering services are 
considered. 

A first method is the traditional managerial 
approach of assessing workloads, in total hours, 
and dividing by the number of hours representing a 
full time equivalent (1100 hours). The total work- 
load includes repair hours, scheduled periodic 
maintenance and incoming inspections. The base of 
1100 hours takes into consideration that 30% of the 
total activities are not accountable and belong to 
the "other"activities category. 

A second method is to assess the replacement value 
of the equipment supported. The budget is expected 
to be in the 5 to 7% range, including overhead. 
The budget value would be lower when appli-d to 
radiology, typically 3-5%. 

The value of using both methods in parallel is to 
develop experience which could lead to more 
effective resource management. One or both these 
methods may enable a valid comparison of in-house, 
shared, and manufacturers 'services. Actual results 
and experience will be discussed. 



BE4-I.2 

Choosing The Optimum Network For 
Real-Time Information Distribution 
K. H. Okumura*, Hewlett-Packard 
Waltham, Massachusetts 02254 



When choosing a network architecture and protocol, 
one must consider the nature of the information 
which is being transported by the network. Phys- 
iologic waveforms, parameters, and alarms require 
different considerations than journal articles 
and electronic mail. The equipment-hostile nature 
of the hospital environment relative to the office 
environment must be considered when designing de- 
vices for use in the hospital. And in the event 
of failure, it must be easy to replace instruments 
without disrupting function of the network. 

The CareNet utilizes a highly reliable central 
controller with a 32-msec polling cycle in a star 
topology to provide real-time transmission of data 
fail-safe and reliable operation, environmental 
integrity, and flexible configuration. Devices 
may be interfaced to CareNet to provide gateways 
to other networks in the hospital. 
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BE4-I.3 

Data management in the ICU by automatic means- 
SPEEDSCAN(c), 

R.IngIis*,A.Pannike, J.Rueger, Unfallchirurg. 
Klinik, J.W.Goethe Universitaet 
Frankfurt (Germany/West) 

A system for parameter-evaluation, -edition 
and -documentation with a scanner has been 
developed as a nev and error-free tool for data 
processing in the Intensive Care Unit. 
Specifications: Using a scanner for data-entry 
there are no more keyboard entries to be made. 
Data are processed after fixing the values on 
data sheets that are configured like multiple 
choice data sheets using pencil-marked items as 
regions of interest. There is no more time 
(and money ) lost waiting for altered and 
reprinted data sheets any more, the main factor 
in losing lots of time at the beginning of 
almost every study as the sheets are printed on 
the user's impact printer by himself. There 
is no limitation applying the system to 
logical, numerical and character-type data, 
therefore there also is no limitation combining 
the data acquisited by SPEEDSCAN with those re- 
sulting from other automatic tools as 
laboratory computers and systems; for patient- 
monitoring. 



BE4-I.4 

Development of a totally Integrated hospital 
information system: HUMANE 
Mlchltoshl Inoue and Hiroshi Takeda* 
Department of Medical Information Science, 
Osaka University Medical School 
Fukushlma-ku, Osaka 553, Japan 

Owing to the chance of the hospital reconstruction 
by 1992, the concept of the "Intelligent hospital" 
Is Introduced to Osaka University Hospital. HUMANE 
(Human-oriented Universal Medical Assessment system 
by Network Environment) Is named for the totally 
Integrated hospital Information system to be the 
core of the Intelligent hospital plan. The Infra- 
structure of the HUMANE will be consisted of the 
optic fiber loop LAN (100 and AOOMbps) for digital 
data and digital Imige communication and star-type 
LAN (10Mbps) for voice and analog Image. In develop- 
ing the system configuration, the micro-medium-main 
frame link (MMML) Is considered to handle the cent- 
ralization/decentralization problem. 
The order entry system will be the major part for 
the Integration of the patient-oriented administra- 
tive and clinical data Into a common file and to 
reduce the clerical errors and total work load. As 
doctors and staffs must access the database directly 
from the computer terminals, human-oriented man-ma- 
chine Interface should be installed. Picture Archi- 
ving and Communication System (PACS) will be one of 
goals of HUMANE. As many problems must be solved for 
the total Image Information system, mini PACS will 
be the choice at the initial stage. 



BE4-I.5 

A t-MhodofHafidling t^ledica} Records laser Technology. 
J,H,U, Brovn. Ph.D. and Carlos Yallbona. M.D. Umversitu of 
Houston and Baylor College of Medicine, Houaton, Texaa 

Working vithSumitomo/CSK of Japan ve have been able to place 
2 million byte3(700 page5)of information on a plaatic credit 
card by a laser imprinting method. The method is cheap(cdrd3 are 
about $2) and rapid. The Information can be read Into the card at 
64kb/s8c and read out at the same speed vith an error rate of 
about 10- ft. Any piece of information can belocated vithinone 
second. We have developed software to place a complete medical 
record on the card formatted so that any portion(demographic3, 
procedures, treatnfient, drugs, etc) can be located and accessed^ 
The card can be read and updated at vill with a simple reader 
vhich attaches to a p.c»so no main frame computer is ficsded. The 
card can be copied or tape backup can be provieds Summaries of 
all data can be easily produced on the computer andphnted out if 
-vSjred and x-rays and ecgs as veil as identification photos can be 
placed on the card. The system i: under test in the Harris County 
Hospital District and at MASA and results vill be presented. The 
concept being tested is that the patient can carry his ovn medical 
record with him at all times and it can be accessed and updated at 
any contact vith the health care system. Records are instantly 
available In emergencies, in out patient climes or the hospltaK 
Needed administrative information ituch as ICD codes and 
occupational codes are built into the program to be accessed 
automatical 1 y. Bil li ng can. be added as desi red. 
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BE4-I.6 

Problems of Kedical Record Storage by a 
Laser Disk System, Kazunobu Yamauchi* 
Takayuki Miura, fiagoya University Hospital, 
65 Tsurumai-cho, Shov/a-ku, Kagoya, Japan. 

An optical disc filing system is one of the nev/ 
methods to meniorize the contents of medical re- 
cords. This system can not only store large a- 
mount of medical records, but also send informa- 
tion to several areas in the hospital. However, 
there are some problems of image quality and dura- 
bility of the disc. The present study investigated 
the problems with image quality as to the content 
of medical records. An Hitachi Optical Disc Filing 
system v/as used, which is a stand-alone type with 
memories of 2.6 GB. Various contents of medical 
records such as discharge summary, present ill- 
ness, progress notes, ECGs and polaroid pictures 
were put through the image scanner, and were 
compared with output images. Image data such as 
discharge summary and present illness were clearly 
reproduced by a resolution of 200 dots per inch 
(dpi). However, polaroid pictures of UCGs or 
sketches by doctors needed a resolution of 400 
dpi with 32-64 gradation. ECGs needed a resolu- 
tion of 400 dpi with 2 gradation. Records in nore 
than 2 colours of ink such as renograms, nurses* 
notes and doctors' sketches were reproduced in 
monochrome images, so the colour signals could not 
be distinguished. In conclusion, the optical disc 
filing system is useful to store medical records, 
but it must be improved so as to distinguish 
colour information. 
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BE4-I.7 

Uce of Miorooomputers in Medioal 
Irif ormatics - Experience in Belgrade 
Health Care System, 2. Bo2ovi6t V. 
Bru3i6, D. Djakovi6, V. Srdanovi6, Z. 
Stojil jkovi<S and M. Trajkovi6, Center 
for Multidisciplinary Studies, 
Belgrade University, Slobodana 
Penezi6a-Krcuna 35, 11000 Belgrade, 
Yugoslavia. 



During the last three years the Group 
for Medical Informatics at the Center for 
Multidisciplinary Studies of the Belgrade 
University has been developing a system 
approach suitable for the needs of the 
Belgrade health care organizations. 

Using modern analyzing tools and new 
software concepts as well as having 
studied features of the local health care 
system, various applications have been 
developed. These applications include: 

- primary healtl care information 
systems ; 

- hospital information systems; 

- decision support systems. 

The paper also discusses some 
problems arising from specific features 
of the regional health care system, 
development tendencies and the 

possibilities of implementing them in the 
Belgrade health region. 



BE4-I.9 

Kyoto University Hospital Information 

Network System on Ethernet, 

T. Takahashi, A. Hirakawa, Y. Okada*, 

Department of Biomedical Informatics, 

Kyoto University Hospital, 

Shogoln, Sskyoku, Kyoto, JAPAN. 

Network and database are the key points of 
Hospital Information System in the nere future. 
9 CPU*s and more than 300 terminals are 
connected on Ethernet in Kyoto University 
Hospital* MUMPS manages the distributed 
database on this network system. 

In former system, there were 10 dedicated lines 
to connect 8 CPU's and more than ISO terminals 
are connected individually to their CPU's. So 
it was difficult to expand the system without 
explosion of complexity. Ethernet and MUMPS 
brought us the flexibility to connect new CPU's 
or new terminals anywhere on line. 

PACS and PBX networks will join this network to 
realize the distributed multimedial hospital 
information environment. 



BE4-J.1 

Holter Monitor in Coronary Angiography, 
G.R. Yu*, Zhen D.S., Y. Zhen and S.H. Bao. 
Ren Ji Hosp., Shanghai Second Medical 
University • 

50 cases, 41 male and 9 female, aged 47- 
63, were monitered by Holter during coron- 
ary angiography. 46 with EF over 0.6 and 
4 less than 0.4. Of 35 with fixed stenosis, 
32 had a stenosis over 50%; 7 had 1 VD, 21 
had 2 VD and 4 3 VD. Of 15 without pace- 
maker, all had a HR over 60 during left 
ventriculogram, 2 sinus bradycardia during 
left coronary angiography and 7 below 50/ 
min during right coronary angiography, 
followed by 1 VF, 2 VT and 1 sinus arrest 
lasting for 4.2 sec. No serious arrhythmia 
was observed in 35 cast»s with pacemaker. 
There was less change of QRS voltage, 
duration, ST-T and less ventricular pre- 
mature beat in cases with than without 
pacemaker. Of 4 with EF less than 0.4, all 
had significant STT changes during angio- 
graphy* Of 5 with marked sinus bradycardia, 
persistent VT and transient Q wave, 2 showed 
spasm and 3 2VD. It was concluded that 
pacemaker might prevent serious complication 
during coronary angiography. 
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BE4-J.2 

Source of False Deviation of S-T 
Segment in Ambulatory Electro- 
cardiograia and its Elimination 
by a Compensation Circuit 
K. Iwao*,A.Yokoi , S.Suzuki ,T. Goto, 
K.Doniwa,K.Kamiya & M.Okajima 
Fujita-Gakuen Health University, 
Toyoake,Nagoya Area, 470-11 , Japan 

In commonly used ambulatory electro- 
cardiogram through a DR magnetic tape 
recorder , false deviation of S-T segment 
is frequently observed. Frequency re- 
sponses of the system were checked with 
commercial ambulatory ECG systems. The 
phase shift was assessed by Wagner's 
method. The characteristics of the sys- 
tems were found much worse than that of 
ordinary ECG equipments both in gain and 
phase responses . The decay of -3 dB in 
gain was observed in 0.2 Hz and the lead 
of 45 deg in phase was observed in 0.6 
Hz. In order to investigate which of 
these 2 responses play major role in 
generating false S-T deviation, a comput- 
er program was run with 2 frequency res- 
ponses models i.e.,i)real gain responses 
obtained in the above test plus fictit- 
ious phase responses with no shift, ii) 
fictitious gain responses with no cut- 
off plus the real phase responses. 
The actual ECGs were fed into the math- 
matical filters. The false S-T deviation 
were found to be cai'sed mostly by enor- 
mous lead in phase. Intending to diminish 
the lead in phase to th^ point of ordi- 
nary ECG recorder, a compensation circuit 
was designed and inserted in the commer- 
cial ambulatory ECG system. In the trial 
by 20 ECGs, the compensated system showed 
no false deviation in S-T segment. 



BE4-J.3 

Kicroprocessor-Based System for Measuring 
Lung Water, Biing-Nan Hung*, Yun-Bin Lin, 
Chih-Ming Shen+ and Kang Hsu++, Department 
of Biomedical Engineering, Chung Yuan Univ., 
Ciiungli, Taiwan (32023), Republic of China 

+ Biome^tcal Engineering Department 
Tri-Service General Hospital 
Taipei, Taiwan, Republic of China 

++ Chest Medicine Department 
Tri-service General Hospital 
Taipei, Taiwan, Republic of China 



In this study, the IBM PC/XT was used as the 
mainframe and was connecteo with two thermal 
dilution cardiac output computers and one dye 
dilution cardiac output system. By applying 
the method of thermal dilution and dye dilu- 
tion to heart-lung circulation system, three 
cardiac output curves were recorded. After 
analyzing the dilution curves, the extravas- 
cular lung water (EVLW) were calculated accorc- 
ing to the principle of thermal-dye and single 
thermal indicator method respectively. The 
system has been tested in-vitro and in-vivo 
to calculate the lung water. The results were 
as reliable as the gravimetric methods. 



BE4-J.4 

A WORK STATION TO STUDY AMBULATORY 
BLOOD PRESSURE, F.del-Pozof F.Hal- 
berg<f), E. G6ffiez-Agui lera and J.L. 
Zoreda, Dpt. Bioingenieria, E. T.S.I. 
Telecomunicaci6n, Madrid, Spain; <£) 
Chronobiology Labs. Univ. of Minne- 
sota . USA 

Based on the Blood Pressure (BP) ambula- 
tory system we published recently, it has 
been developed a BP Work Station, suppor- 
ted on a PC-compatible system, to identi- 
fy the new inforjDation content in the am- 
bulatory blood pressure recordings, in 
comparison with conventional casual BP 
determinations; that could be pertinent 
in prevention, screening, diagnosis, 
prognosis and treatment. 

The BP profile data manipulation proce- 
dures is a menu driven collection of 
software packages oriented to: 1) the 
assessment of BP reference limits, homo- 
genized according to different factors; 
2) the statistical modelling and para- 
metrization of the sistematic temporal 
variations, to account for a large part 
of the BP variability; 3) the estimation 
of BP excess indexes. 

Acknowledgments. -CICIT. Grant No. 2911-83 



BE4-J.5 

Frequency Characteristics of Volume 
Elastic Modulus in Finger Arteries 
H.Shimazu , H.Ito, A.Kawarada (Dept Physiol, 
Kyorin Univ, Mitaka-shi, Tokyo, Japan) & K* 
Yamakoshi(The Res Inst, Appl Electr, Sapporo 
shi , Hokkaido, Japan) 

Frequency characteristics of viscoelastic 
properties expressed by an index, volume 
elastic modulus (Ev), were indirectly eval- 
uated in human finger arteries. Ev was 
defined as Ap/(AV/Va); where ^P is pressure 
change and AV/Va volume change ratio. A 
volume compensation sphygmomanometer was 
used to determine beat-to-beat arterial 
prco.jure in an index finger, and transmit- 
ted infrared photoelectric plethysmograph 
to detect AV/Va in a ring finger, simulta- 
neously. During the measurement of arterial 
volume change in the ring finger, transmu- 
ral pressure (Pt) was varied with applied 
cuff pressure which was controlled by sinu- 
soidal variations (0 - 30 Hz) superimposed 
on the same pressure detected in the index 
finger so as to cancel the pulsatile volume 
change in the artery. Thus, Pt in the ring 
finger varied only by the sinusoidal pres- 
sure variation (AP). Therefore, frequency 
characteristics of Ev v/ere determined by 
this method among subjects with different 
ages and sexes during stress loadings. 
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BE4-J.6 

Non-invasive Measurenent of Instantaneous 
Blood Pressure in Superficial Tenporal and 
Radial Artery by the Voluae-Conpensation 
Method, K. Yamakoshi*, S. Tanaka, H. Ohnuma, 
A* Kamiya'^i H. Shimazu^ A* Kawarada, H» 
Ito^i & P. Rolfe^^, DHokkaido Univ., 
Japan, 2)Kyorin Univ. School Med., Japan, 
3)Keele Univ., U.K. 

We have previously devised an ingenious tech- 
nique called yolunie-conipensation m ethod , based 
on the vascular unloading principle, which al- 
lows the beat-by-beat measurement of systolic 
and diastolic pressure and the recording of the 
pressure waveform in the human finger 
continuously and non-invasively. This employs a 
transmittance-type photoelectric plethysmography 
for the local detection of arterial volume 
changes in the finger. The present study con- 
cerns the blood pressure measurement in the 
superficial temporal and radial artery based on 
this method. Accordingly, we have designed a 
volume-serve system which comprises (i)locally 
pressurized pneumatic cuff, (ii) reflectance- 
type photoelectric transducer fixed just under 
the cuff, (lii) electro-pneumatic converter for 
controlling the cuff pressure pneumatically and 
(iv) volume-servo control circuit. Using this 
system we have successfully measured the in- 
direct instantaneous blood pressure both in the 
temporal and the radial artery, comparing with 
the finger blood pressure obtained simultaneous- 
ly by our previous Instrument. Due to locaj. 
arterial pr essurization this system seems to 
allow more stable measurements of longer period 
of time. 



BE4-J.7 

Detection of Fetal Atrial Activities 
without Signal Averaging, M, Ishijima*, 
Y. Takeda, Y, Sakurai, Tokyo Women's 
Medical College, Tokyo, Japan 

Ensemble averaging is a common approach to 
investigate fine structures of fetal ecgs. The 
fundamental drawback of the ensemble averaging is 
the impossibility of single beat observation which 
may exhibit its maximum power under arrhythmias. 
We developed a new system to overcome the situation 
and to observe single beat fetal ecgs including its 
atrial activicies without averaging, 
The metliod involved multiple body surface electrode 
and a brief estimation of electrical axis of the 
fetal atria by a ultrasound image scanner. The 
electrodes were placed on the abdomen of expect- 
ant mother in such a manner that the electrical 
axis was a center of the spread electrodes in 
circle. The fetal ecg was calculated with the 
multiple signals by finite element method taking 
into account of distances among electrodes. 
The method was applied on the third trimester 
mothers in an electrically shielded room. The 
calculated results showed distinctive P waves of 
the fetal heart m consecutive beats. The wave- 
forms were, however, contaminated by emg of the 
fetus when it was awake, and diminished according 
to the rotation of the fetus. Otherwise, it was a 
possible method to observe single beat fetal ecgs 
from the body surface. 



BE4-J.8 

a TBCHNIQ OB £QB NONINVASI VE DIAGNOSIS flE 
D2fiEBAGi&# N.P. Reddy^^ E.P. Canilang, 
M.B. Rane, and J. Casterline, Univ. of 
A^.ron, Akron, OH 44325 and Edwin Shaw 
Hosp.r Akron, OH 44312 

Dysphagia, a disorder of the 
swallowing mechanism, is a common problem 
encountered in the rehabilitation of 
stroke and head injured patients. We have 
recently identified and developed techni- 
ques to quantify several biomechanical 
parameters that characterize oral muscula- 
ture in dysphagic patients (Reddy etal 
1985). In the present investigation, we 
have developed techniques, to noninva- 
sively measure the paryngeal phase and 
coordination. Acceleration was measured 
at the throat by placing two ultra 
miniature accelerometers on the skin over 
the throat, and swallow suction pressure 
was simultaneously monitored. In normal 
individuals swa llowing gave rise to 
typiC.al acceleration pattern and there 
war^ no time lag between the pressure and 
acceleration waves. In dysphagic patients, 
the acceleration pattern was either absent 
or was delayed, and was s ignif leant ly 
different. This technique can aid the 
clinician in diagnosis of dysphagia. 



BE4-K.1 

Future Technologies, Y, Sakurai, Tokyo 
Women's Medical College, 8-i Kawada-cho, 
Shinjuku-ku, Tokyo, Japan 

Medical technologies are advancing so rapidly that 
medical system might change revolutionarily in the 
near future. When new information media system 
will diffuse widely in the society, medical system 
will develop from hospital into "Hospitele", where 
medical facilities, social institutions and homes 
will be closely connected each other with 
information network on the basis of person to 
person relationship. In this system, a mobile 
medical facility is important to deliver a medical 
practice to the spot. 

The development of superconducting element might 
give a strong impact to medical technologies. The 
operating theater is too big to accommodate only 
one patient who should be surrounded with strictly 
aseptic atmosphere. So the new concept of 
"operating capsule" might be developed which will 
be made of transparent wall and a patient will 
jLloat in the air mside the capsule with a magnetic 
power coming from superconducting materials. 
In this paper, several kinds of future dream in 
clinical engineering will be mentioned in SF way. 
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BE4-K.2 

In vivo Cerebral Metabolic Monitoring with Near 

Infra-Red Spectroscopy (NIRS) . 
P* Rolfe, Maureen Thorniley, YABD Vickramasinghe. 
University of Keele, Stoke-on-Trent ST4 7QB, U.K. 



In vivo near infra-red spectroscopy (NIRS) has 
emerged over recent years as a method with the 
potential for continuous monitoring of important 
biochemical phenomena. Characterisation of the 
absorption spectra of all absorbing species is 
essential if quantitative measurements are to be 
made* The relevant absorbers in the range 750 to 
910 mm are oxy and deoxy haemoglobin, oxidised and 
reduced cytochrome oxidase, and a generalised 
'tissue* component* 

Instrumentation for neonatal cerebral monitoring 
comprises laser diode sources at 4 or more 
wavelengths, optical fibres to convey the 
radiation to and from the head, optical detectors, 
and processing facilities. Our studies have been 
carried out on purified enzyme, cell suspensions, 
perfused organs, intact rat brain with both blood 
and fluorocarbon perfusion, human adult and 
neonatal limbs, and neonatal heads. The 
feasibility of continuous in vivo monitoring has 
been demonstrated. 



BE4-K.3 

Future Perspectives in Cardiac Assist: 
Totally- Implantable Permanent Artificial Heart 
M.htoGee*, R.Kung, S.Parnis, O.H.Frazier 
Texas Heart Institute, Houston, Texas 
and Abiomed, Inc., Boston, MA. 

The scarcity of donor hearts limit the benefits 
of heart transplantation to 2000-2500 of the 
estimated 17,000-35,000 patients needing cardiac 
replacement. Mechanical devices to support or 
replace temporarily the failing heart are 
currently being used with encouraging results. 
However, these systems require large power/control 
consoles which limit patients' mobility and are 
therefore not suitable for long-tenn support. We 
are involved with the design, development and 
testing of a permanent, electromechanically- 
actuated total artificial heart, under a program 
supported by NHLBI. The design criteria for this 
system are: 5 years of tether-free operation; flow 
rates of 8 L/min at £ 120 B/min ^'nto a mean aortic 
pressure of 110 mmHg and mean pu monary artery 
pressure of 25 mmHg; autoregulated control 
responsive to varying circulatory demands; 
non-thrombogenic, non-hemolytic blood-contacting 
materials which minimize or eliminate the need for 
anticoagulation; anatomic and physiologic 
compatibility; rechargeable external battery power 
for >10 hours; and rechargeable implantable 
battery power for >45 minutes. 

These efforts will result in a mechanical system 
which will provide permanent circulatory support 
with the patient quality of life required. 



BE4-K.4 

Advances in instrumentation for 
flow cytometric measurements, 
J. Eichmeier and V. Kachel, Tech- 
nical University Munich, D-8000 
Munich, PRG 

A new flow cytometer has "been developed 
which combines electrical cell volume 
measurements with simultaneous multipara- 
meter fluorescence detection. The flow 
chamber is suitable particularly for fast 
sample exchange and kinetic measurements. 
A mercury high pressure lamp with broad 
light spectrum allows the excitation of 
a large number of fluorescent dyes. The 
data are evaluated by an IBM-AT-?ersonal 
Computer, stored in list mode and pre- 
sented on a color display in the form of 
one-, two- or three-paramter histograms. 
Areas of application of such devices are 
tumor diagnosis, immunology and basic me- 
dical and biological resaarch. 
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BE4-K.5 

Analysis of Sound at Urethral Flow, 
H. Terlo*. P., Ask. Department of Biomedical 
Engineering, University of LinkOping. 581 85 
Llnkoplng. Sweden 



The idea behind this project Is to try to find a 
noninvasive method to detect obstruction of 
urinary flow by sound measurements at the 
body surface. In the vascular system it is 
known, that turbulent flow through obstruc- 
tions produces sound, the spectrum of which 
can be used to assess the obstruction. Low 
frequency peaks In the sound spectrum are 
related to the elasticity of the artery whereas 
the changes at the higher frequencies are re- 
lated to the degree of the obstruction and the 
flow velocity. 

We have measured generated sound at various 
degree of obstruction in an urethral flow model. 
In these experiments we have used latex and 
silicon tubes with different wall thickness and 
diameter. The obstructions have been produced 
by squeezing the tube with a rod connected to a 
micrometer screw and the sound was recorded 
with a condenser microphone. 
The sound spectrum shows clear intensity in- 
crease with Increasing obstruction. Some 
changes in the frequency spectrum characte- 
ristics could also be observed. 
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BE5-A.1 

Effect of Spaceflight on thg Rat 
Skeleton y David J. Simmons , 
University of Texas Medical Branch, 
Galveston, TX 77550 

In young growing rats, spaceflights of 7-18.5 days 
retard the rate of bone formation without 
affecting bone resorption. Total bone mass is 
reduced, particularly in the trabecular regions of 
the skeleton. The vertebrae are weaker than normal 
when tested in compression, but the torsional 
strength of the long bones are not ccxnpromized. 
The ratio of mineral to matrix is not abnormal 
(calvaria, ribs, jaw, femur, incisor dentin). 
Gradient density analyses demonstrate that the 
global decrease in bone formation in microgravity 
is associated with qualitative changes in bone 
compositiai, and that these disturb the maturation 
of the (slowly) forming matrix and mineral 
moieties. Spaceflight canpromizes the formation 
of collagen intramolecular links and the growth of 
apatite crystals. Fourier analysis of dentin 
electron microprobe scans indicate that these 
maturational deficits do not reflect an abnormal 
phasing of the circadian and ultradian Ca-P 
biorhythms. Father, they point to the inf luoice of 
persistently high matrix sulfur concentrations 
(proteoglycans) on bone biomineralization. We 
conclude that microgravity affects the maturity 
of the growing skeleton and, thereby, its 
mechanical strength. 



BE5-A.2 

Mechanical vs. Metabolic Factors in 
the Development of Osteoporosis, 
Mantnohan Singh*, Michael Reese 
Medical Center, Chicago, IL 60616 

In the postmenopausal female patient 
osteoporosis results from two basic eti- 
ological factors: (i) the bone may resorb 
in response to a metabolic need for cal- 
cium, or (ii) the bone may adjust to 
lowered mechanical stresses as activity 
le"el and muscle mass decline with age. 
It is possible to separate two types of 
bone loss by measuring the bone density 
of radius at two sites in the forearm. 
Distal bone density (DBD) is measured at 
the "5 mm site" which contains about 50% 
trabecular bone. Middle bone density 
(MBD) is measured at the "2/3 site" which 
contains 98% cortical bone. The two 
readings are expressed as percentages of 
adult mean values and compared. Two 
types of bone loss are seen: Type A: if 
MBD is greater than DBD by 10% or more. 
It indicates an accelerated loss of 
trabecular bone probably due to bone 
resorption for metabolic needs. Type B: 
if MBD equal DBD to within ± 9%. It 
indicates a balanced loss of trabecular 
and cortical bone probably due to 
adjustment of bone to lowered mechanical 
stresses . 



BE5-A.3 

A Cellular Based Computational 
Model for the Depostion and 
Resorption of Bone Tissue, S. C. 
CowinJ Tulane University, New 
Orleans, LA 70118. USA. 

Ti e transduction of mechanical information 
to cheml^.«l information, the mechanism underlying 
the functional adaptation of bone tissue (Wolff's 
Law) has not been established. Furthermore, the 
means by which cell populations are subsequently 
controlled has not been identified. In this 
contribution the evidence concerning the biological 
strain transduction mechanism is briefly reviewed. 
A model for the surface deposition and resorption 
of bone tissue based on the cellular level concept 
of a cell activity function is revi wed. The 
applications of this model to the predection of 
bone modeling and remodeling are briefly 
summarized. 



Skeletal Biomechanics and Aging , Subrata 
Saha* Dept. of Orthopaedic Surgery, Lou- 
isiana State University Medical Center, 
P.O. Box 33932, Shreveport, Louisiana 
71130. 

Although many investigators have tested the load- 
carrying capacities of whole bones and the mech- 
anical properties of bone tiss"ue, only few have 
focussed their attention on how these properties 
change with age. Similarly, only a few authors 
have attempted to quantify the relationship be- 
tween the changes in the microstructure and chem- 
ical composition of bone tissue and its mechanical 
properties. Also, little is known about how ch- 
anges in the shape of a whole bone (either in dia- 
meter or cortical thickness) affect its load- 
carr;j.ng capacity. A complete picture of the sim- 
ultaneous changes in the biomechanical, structur- 
al, and microstructureal variables is almost never 
available because authors who test whole bones of- 
ten do not examine the microstructural or chemical 
changes in the bone tissue. Similarly, investi- 
gators who test small, machined bone specimens of- 
ten do not consider the overall size or shape of 
the wliole bone. Available data on the changes in 
the mechanical properties of whole bones and bone 
tissue will be presented. How the load-carrying 
capacity of whole bones changes with decreased 
cortical thickness (with aging) will also be 
discussed. 
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BE5-B.1 

In-Vivo Mechanical Response of the Human Growth 
Plate Close to skeletal Maturity, J Kenwright, A J 
Spriggins and J L Cunningham*, Oxford Orthopaedic 
Engineering Centre and Nuffield Orthopaedic 
Centre, Oxford 0X3 7ID, U.K. 

Recent studies on leg lengthening using epiphyseal 
distraction have suggested that lengthening of the 
grovrtih plate without fracture is possible in 
immature subjects using low rates of distraction. 
If this process were possible in patients close to 
skeletal maturity it could be advantageous since 
most lengthenings are performed at this stage when 
an accurate assessment of leg length inequality is 
possible. In this study the distraction forces 
have been measured and are related to in-vivo 
biological events. 

Axial force during distraction was monitored daily 
using a purpose built loadcell attached to the 
external fixator. Slow distraction rates of 0.5mm/ 
day were applied as were constant distraction 
loads well below those found in-vitro, from an 
amputation specimen, as leading to fracture. 
For all the distraction regimes applied it has not 
been possible to lengthen the limb without there 
being evidence of fracture, as assessed both 
radiographically and by a sudden decrease in the 
peak distraction force. With both constant 
distraction rates and loads growth plate failure 
occured between 600-800N, considerably below that 
seen in-vitro of 1700N. It would appear therefore, 
that fracture must always occur in this age group. 



BE5-B.2 

Micromecbanics Modeling of Compact Bone 
Tissue . H. A. Hogan , Mech. Engr. Dept., 
Texas A&M University, College Station, 
Texas 77843-3123, 



Compact bone tissue can be treated as a fiber 
reinforced composite material with at least 
three phases. Osteons form the main fiber 
component and are surrounded by a concentric 
layer of cement line material. These structures 
are assumed to be arranged in a close packed 
hexagonal array embedded in a matrix of inter- 
stitial lamellar bone. A micromecbanics 
analysis of this system has been studied using a 
finite element model of a representative volume 
element of material. A two-dimensional mesh 
with linear elastic constituent material 
properties has been considered initially. The 
micromecbanics approach allows study of the 
relationship between constituent properties and 
overall macroscopic material r*5sponse. Also, 
"micro-level" stress distributions are examined. 
For a given macroscopic, or average, stress or 
strain level, the finite element model gives the 
detailed stres6 and strain distributions amongst 
the separate model constituents. Refinements to 
Include more realistic constitutive relations 
for the discrete components are also considered. 



BE5-B.3 

REGIONAL BONE DENSITY IN THE PROXIMAL FEMUR 
AND ITS CORRELATION TO BIOMECHANICAL PROPERTIES 
HD Smith) DL Dickie*, A Coopermani SA Goldstein, 
MJ Flynn, University of Michigan, Ann Arbor, and 
Henry Ford Hospital, Detroit, MI. 

The cost of hip fractures is enormous, in both 
human suffering and financial respects. In order 
to assess the significance of regional bone 
mineral density in the proximal femur, tventy-tvo 
cadaver specimens were scanned using a density 
specific computed tomography protocol. They were 
then embedded into steel collars and loaded 
anatomically until fracture occurred. Subsequent 
hip screw pull out tests were performed, which 
measures the ability of the bone to be 
successfully repaired using this fixation device. 

Five regions in the femoral head and neck area 
were measured using interactively positioned 
regions of interest on a coronal plane (parallel 
to the neck and shaft surfaces). Traditional 
Singh values from standard radiographs were also 
determined for each femur by an orthopaedic 
resident, an experienced orthopaedic surgeon, and 
a radiologist. 

The correlation of resident's Singh index to 
fracture load was re. 593, the orthopaedic 
surgeon's and radiologist's were rB.463 and 
rs.333, respectively. The regional densities 
near the superior and medial surfaces of the 
femoral head correlated to fracture load with 
rc.798 and r=s.719, respectively. The screw pull 
out resistance and lateral surface regional 
density were correlated with r».837. 



BE5-B.4 

Stress Relaxation Behavior of 
Three Human Bones, A.H, Uci$i'iC* 
and C. Bindal, Bo§azig:i University 
and Istanbul Technical University, 
Istanbul, Turkey 

Three human bones, tibia, femur, fibula, 
which were amputated from same person, 
were isolated from soft tissues and Kept 
in deep freeze until experiments run. 
Samples taken were close to the knee 
joint. Loads were applied with constant 
crosshead speed on the several different 
parts of single crossection of each bone 
by a diamond indentor specially attached 
to the Instron Universal Testing Machine. 
After reaching to the previously decided 
value of load, by keeping crosshead level 
constant, stress relaxation started. 
Comparisons in terms of stress relaxation 
as well as elastic properties were made 
for each single bone depending on test 
test location and among three bones. Due 
to strong anisotropy , micros t ructur a 1 
differences, relaxation time and the a- 
mount of load rela:sed were not same ev- 
erywhere on a single crossection of each 
bone. Differences among tibia, fibula 
and femur were stronger. Thus, mathemat- 
ical modelling of bone with available 
data is almost impossible . 
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BE5-B.5 

Anisotropic Viscoelastic Constitutive 
Equation of Trabecular Bone of Human 
Spine, Cheng Peilai*, Dept. of Mechanical 
Engn, Tianjin Institute of Technology, 
and Chen Hongxing, Tianjin University, 
Tianjin, P.R«C. 
The anisotropic viscoelastic constitutive 
equation has been established by uniaxial 
constant loading creep experiments on 37 Icm^ 
cubic specimen cut from human spine. The 
trabecular bone has been assumed as a 
transversely isotropic body. Two kinds of 
Icm^ cubic specimen were cut from L][-L5; one 
along the vertical and treansverse direction 
and another one along 45® and -45® direction 
to vertical axis. Altogether 37 cubes were 
cut* The load was applied on vertical, transverse 
and 45® directions of trabecular respectively. 
The displacements along the loading and lateral 
directions were masured simultaneously. The 
experimental results showed that trabecular 
bone behaves as anisotropic viscoelastic material 
jind the creep rate varies with its direction. 
The two-, three-, and four-parameter Kelvin 
models were used to model the experimental 
results and the three-parameter Kelvin model 
was shown to be excelent with average errors 
of 1.26% .The time-dependent anisotropic 
viscoelastic constitutive equation of trabecular 
bone of human spine was established and all 
parameters in constitutive equation were 
obtained. 



BE5-B.6 

A Simple Constitutive Equation for a 
Cortical Human Bone^Jia-Ju Sun* and 
Jie Geng, HW. Inst. Archit. Engng., 
Xian,. Sbaanxl^ P*RXhina* 



This short study presents a simple viscoelastic 
constitutive equation for the cortical human bone 
with haversian systems • The equation is obtained ♦ 
The mechanical model is considered in accordance 
with the testings. 



BE5-C.1 

Quantitative Evaluation of Bone Mineral 
Density. C.C. Gluer*, J.E. Block, 
P. Steiger, H.K. Gejiant, University of 
California, San Francisco, CA 94143. 

A variety of techniques for non-invasive 
quantitative evaluation of bone ndneral* density 
are available for assessing metabolic bone 
disea:»es. Quantitative Conputed Tcxnography (QCT) 
has the capability for precise three-dir.iensional 
anatomic localization, providing a selective 
measurement of highly responsive trabecular 
bone. Mainly applied to the assessment of the 
spine, techniques for hip mineral quantification 
are also being developed. Results obtained on 
538 healthy women illustrate the use of QCT 
spinal measurements in the delineation of normal 
age-related bone loss. For peri-mencpausal wcsnen 
accelerated bone loss of -4.4 mg/ml/year 
(p<0.0001) was found as compared to a non- 
significant decrease of -.45 mj/ml/year for pre- 
menopausal wonen and an average rate of change 
of -1.9 mg/ml/year (p<0.0001) for post- 
menopausal women. Other studies comprise the 
evaluation of estrogen effects on bone, the 
assessment of fracture threshold and risk, and 
the study of the association of various exercise 
regojnens to bone mineral density. QCT will be 
put in perspective to other quantitative 
techniques such as Dual Photon Absorptiometry 
and Quantitative Digital Radiography. 
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BE5-C.2 

Redistribution of Bone Tissue in the Hurr>3ral Cross- 
Section of Growing Rats Following Swimming Training^ 
A. Simkin, I. Leichter*and A. Swissa. The Jerusalem 
iJr.t>eoporosis Center, Dept of Orthopaedics, Hadassah 
University Hospital, Racah InstltJUte of Physics and 
Cuo*5il Centner. Hebrew Ifniversity, Jenisalem. Israel, 

The effecT, of non-K^bit^jal pKv«ioal activity on 
bone remodelling at two slt>es along tiie rat humeral 
shaft was examined In t*his study. Two groups of 
vats, were trained to swim for one hour a day. for 
weeks at two trainimz levels, 'llie control group 
^•onai.stjed of sedentary rats. Pr^iramet^rft of cross 
.seotiutirii U)iie mt/rplKilo^y werfi ijsed txi evaluate the 
rH.^,u>ni.e oV lone ^n'.hltect-nre to mechanical 
i.A.'idinie. Th« .sti-en/rt.h of b>one waft asssessed by 
nr-^.Siiritu* Uih ultimat>H o^^npre.ssive f<j)x:e and 
-,tr*-.sft. The i-virt-i^v^l rn^^y^ section .'=^j'ea and 
hruc lu'il Atwt nrnrot^nt*. of inertia were ft.xind to Ivt 
-,liniifit\'Hntly hierht^r. by iip t/^ 13% and bV%. 
r»^.si.*-*^tivelv, in th^- .'wirrminr group.s tlvin in the 
.\>ntiv 1.-;, Kxami nation of tl"ie ratio l")etw»*en tlie 
ra"H.v*r and minur am-i momenta of inertia iweal^Ki 
tU-^t tht^ U>n«^ l>v^^r>* m^*>r^* iMirvcnemu':. Thft uJ ti mtji:* 
.Nirm'r«"'.s..iVM fi»n'»- w.is .si<»nifirantly hiphc-r, by nt» 
" 4U, tn t\v^ r,wiimiin>r r.^t-".. whi the chan^»*s In 
. 1 1 ti m .'.t r^-.^fi \j*^r^ ivix. f.i ^ni f i A'-itit . iXir r^?x\} 
iiiiiiiviti- a ^^in of h'»n»- strenat-h tiu« t>^ i nor'-^a.--e<"l 
t>=- r i * ..^.t jea i aprx i t i * >n and mod i f i bone t i f,s\ ir- 
.li..tribitii^n. Tli^ markt'^d rk'iniir-:. Jn tm^* rrorphrtlocy 
aj**- .ittriUity^d the diffeiY^nr. nattnv- of the 

for<-»-r. ^nd nr^wnt^"; t=*xert>-^i on th«^ hiuneru.-^ durinc 
r.wirr/ianu. <*omxv'ire<i to K«*.".-omfM»ioh. 
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BE5-C,3 

CARBON ARTIFICIAL BONE REPLACEMENT FOR BONE TUMOUR 
TREATMENT (7 CASES REPORT; « Chen Lantidn* and Jian 
Kunyuan, Central Hospital of Jilin City, Jilin Pro- 
vince, P.i?«C. 

With the develc^xient of bi^iredijoal engineeririg, 
people paid irore attentia to Artificial bone/ 
through the further study to carbcn material/ we 
started making Artificial bone with liow terperature 
Isotropic carbon in 1979, we had done the treatment 
of bone tunour with replacemait of Artificial bone 
for seven cases until 1984/ two cases of 2-3 degree 
giant cell tumour of lower end Radius/ three cases 
of 2-3 degree giant cell tumour of upper Humerus 
(one case relapse) / these five cases were serious- 
ly eroded and damged by swelling giant cell tum- 
our, they could not be treated with excision and 
bone grsif t or bone cementing because the soft tis- 
s\ie was eroded by tumour. One case of Fihrohaenon- 
gioma of i:^3per ri^t Ulna with pathological fract- 
vare. One case of fibrous dysplasia of ri^t t^jper 
Ulna with pathological fracture. 

Pollow-up - the longest for these cases was eight 
years, the shortest was two years and twD months/ 
the average was five years and ten months (three 
cases follow-up time more than six years) . In all 
cases, no loosing, no relapsing of the tumour, and 
no metastasis would occur. 

Follow-up examinations revealed that the results 
were satisfactory. 



BE5-C.4 

MECHANICAL PRCPE:ITIES OF TRABE- 
CULAR BONE CF THE VERTEBRAL BODY, 
2HU DCIGJIIKG^.CUI JIAK,SUK CHANG ZHU, 
XU YANGHE.SU yCNOJUN,BlAA,PRC. 

An experiment on the mechanical properties of 
tho verteb*/al concslloua bone has been perfor- 
med* About Jl^ cancellous specimens from the 
humaj) vertebrae and 159 specimens selected 
fro'npif's vertebrae were compressed to break 
along the vertical axis, the transverse axis 
and the sagittal axis respectively* 6 intact 
vertebrae were compressed, too. The strength, 
the elastic modulus, the Poison's ratio and 
the aoparent density ofthe cancellous bone 
of human vertebrae and the pig's vertebrae 
were determined. The pattern and the feature 
of the trabecular bone were observed and 
the mechanical properties of th^ cancellous 
bone affected by its trabecular structure 
were discussed. The results showithere is no 
significant difference in the mechanical pro- 
perties between the parameters in the directi- 
on perpendicular to the vortical axis* However, 
the strength and the elastic modulus in the 
axial 'direction are significantly greater than 
those in their perpendicular directions. Both 
the apparent density and the trabecular struc- 
ture are two important factors affecting the 
mechanical properties of the cancellous bone* 



EE5-D*1 

A Review of Total Hip Prostheses , J. A. Albright*, 
LSUMC, P.O* Eox 33932, Shreveport, LA 71130 

The use of Implants In the human hip joint has 
increased dramatically over the past 75 years* 
The record includes s experience with numerous 
materials at the turn of the century; the 
Smith"Petcr8on cup arthroplasty; the Austin 
Moore prosthesis; the Judet prosthesis; the 
Charnley THP, together with innumerable second 
generation modifications by others. Cemented 
hip prostheses were universally accepted in 
the United States without a serious evaluation 
of efficacy. Now there is a growing disaffection 
with cement and a current shift toward porous 
surfaces, but limited Information on results. 

Upon review, several points emerge: 1) The body 
Isolates most foreign materials and does not 
act as if they were an Integral part of a 
functional unit. Those materials which have 
been utilized to date appear Inadequate* 2) 
Technical design, material properties, and 
surgical skill determine short*term success* 
3) Physiological response determines long-term 
success* 4) The response of bone cannot be 
determined with certainty for an extended f-rlod 
of time. The number of years needed Is dependent 
on the magnitude of the response. 5) The 
acceptance of new devices and procedure by 
orthopaedic surgeons Is very responsive to 
marketing strategies. 



BE5-D*2 

Material arid ErisineeritiB Technology in Orthopedic 
Implant: Yesterday , Today and Tonorrow. Dane A. 
MiUert Ph.D. biouet, Inc.. P.O. Box 567. Warsaw. 
Indiana. 46560 USA. 

Archaeological evidence from prehistoric tiutes 
suggests that for aany centuries, attetapts have 
been uade to treat orthopedic injuries and 
diseases with itaplanted foreign materials. With 
centuries of historic experience, it has been only 
in the past two decades that the successful total 
joint and trauma products of today have evolved. 
Of special note are the total hip and total knee 
prosthesis which have revolutionized the treatment 
and prognosis of todays arthritis patient. Until 
the advent of contemporary total joint 
replacement, the arthritic patient was subjected 
to a series of pharmacological and surgical 
treatments of limited success which ultimately 
resulted in the disability of the patient. 
Today's success rates, often reported above 95^ 
good or excellent, are a result of a combination 
of new materials, new design information and 
improved surgical techniques facilitated by 
improved instrumentation f - the surgeon. The 
arthritis patient of today ^an. al5»ost without 
reservation, look toward a return to full activity 
following total joint replacement. As we look 
ahead to the next decade, similar ** improvements** 
in both evolutionary and revolutionary technology 
can be anticipated. Several examples of this wave 
of future technology will be presented. 
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BE5-D.3 

"The Orthopaedic Implant Manufacturer: Challen- 
ges for the Year 2000/' Richard W, Treharnel 
Richards Medical Company, Memphis, Tennessee 



All US-based orthopaedic implant manufacturers 
will have many challenges to face by the year 
2000. The first of these challenges will be an 
increase in demand for products. The aging of 
the **baby boomers," the gradual increase in life 
expectancy, and the advances being made in all 
other non-orthopaedic areas of medicine means 
that the year 2000 will have an Increased usage 
of orthopaedic products. A second challenge 
will be regulatory. The power and authority by 
the FDA over the orthopaedic implant manufac- 
turer continues to increase and will pose a se- 
vere challenge by the year 2000. A third chal- 
lenge will be financial. Third-party reimburse- 
ment will always be a critical Issue and even 
more challenging in the future. A fourth chal- 
lenge will be legal. Product liability issues 
will be a challenor for all companies in the 
future. A fifth challenge is technology. What 
will be the new technical horizons in the fu- 
ture? Where will the advances in ligaments, 
composites, external fixators, and other bio- 
medical devices come from? These challenges and 
questions of the future will be addressed. 



BE5-D.4 

COMPOSITE ^5VTERIALS POR TOTAL JOmr REPrACE^3EOT 
Miciiael T. hianlcy*, Ostecaiicsr Allendale, NJ 

C3onposite bianaterials are the next major step in 
totid joint replacement technology. At present, 
orthopaedic oonposites fall into the categories of 
coated metals (particularly ceramic coated titani- 
um), polymers reinforced with chopped fibers, de- 
sign specific conposites and laminated ccqposite 
structures. Clinical e^qperience has been gained 
ficom the first two materials \>?hile the latter two 
have been used only in aniiral studies ♦ 

Hie major advantages for composites in orthopaedic 
applications is the new possibilities available to 
inplant designers. Material anisotropy and the 
tailoring of material properties are new a realis- 
tic possibility. Biologically active ocnpDnents 
can be deliberately inoorpo' ated into the material 
design. Ion release to tissue present in all mstal 
systems can be obviated and the radioluoent diar^ 
acter of coqposites will allow m^re careful mDni- 
toring of bony interfaces. Conposite materials 
have the potential for long term joint replacement 
rather than Limited term joint substitutes. Ihis 
presentation ^ill higjilight the use of cotrposites 
in orthopaedic applications with illustrative clin- 
ical and animal studies. 



BE5-D.5 

A Blodofrrndnblo TM Knil with 
Incerlockinr. Crossplns: Initial 
Comnutntlonnl and Exporlmontnl Results . 
H. A. Hogan and D. A. Hulse, Texas A&M 
University, College Station, Texas 
77843-3123. 



A biodegradable IM nail with Interlocking 
crosspins is under consideration. Because the 
stiffness of such materials is much lower than 
that of steel, a series of interlocking cross- 
pins are needed for sufficient stability. 
Understanding the mechanics of the deformation 
and load transmission behavior of the device is 
an essential element in its ultimate develop- 
ment. A simplified finite element model of the 
system has been developed and studied. Initial 
trends in the variation of overall implant 
stiffness with various system parameters have 
been established. A wooden model of the system 
has been tested experimentally and reveals 
highly nonlinear behavior due to local material 
failure near component interfaces. The current 
model, therefore, only models the initial 
response of the system at very low loads. 
Modification of the model to include these 
effects has been initiated and is continuing. 
Developing an adequate, yet computationally 
cost-effective, model Is the overriding goal of 
these efforts. 



BE5-D.6 

The Design and Testing of External Fixator Bone 
Screws. J L Cunningham* * M Evans and J D Harris, 
Oxford Orthopaedic Engineering Centre, Nuffield 
Orthopaedic Centre, Oxford 0X3 7LD, U.K. 

In external fixation bone screw loosening is still 
a major problem. In this study the design factors 
affecting the mechanical strength at the bone 
screw Interface were assessed, and experimental 
screws designed and tested which are intended to 
maximise the holding power of the screw and 
minimise screw loosening. 

Push-in, pull-out and bending tests on various 
commercially available 6inm screws and the 
experimental screws were carried out both on a 
synthetic material and in bone. Fatigue tests were 
also carried out on all of the screws to determine 
susceptability to loosening. Photo-elastic tests 
on different screw threadforms were also 
performed. 

The results of the push-In and pull-out tests 
indicate that the cutting head and threadform of 
of the screw have a marked effect on the holding 
strength. The bending stiffness of a screw can be 
increased by 33% by a small 110%) Increase in core 
diameter. The number of fatigue cycles to loosen a 
screw can be Influenced by both the threadform and 
by an Increased core diameter. The photoelastic 
tests show that most of the applied load is 
distributed over the first few threads closest to 
the applied load, and that the area between the 
thread crests is subjected to high shear stresses. 
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BE5-D.7 

Carbon-Titanium-Conibine Femoral Head Prosthesis 
(A Clinical Report 100 Cases), Chen Lantian*, Jian 
Kunyuan ar<l Wang Shiqing, Central Ibspital of Jil- 
ian City, Jilian Province, Qiina. 

Since January 1980 through November 1986, replace- 
ment arthroplasty with Carbon-Titanium-Combine 
femoral head prosthesis was done in 100 cases; 
there were 64 fresh (subhead fc jral neck frac- 
ture), 20 old, 3 pathologic (Aneurysmal bone 
cyst) femoral neck fracture, 13 Avascular necro- 
sis of femoral head. 

The longest follow-up was 7 years and 8 months 
and the shortest was 1 year and 11 months. The 
average was 3 years and 10 months. 

Follow-up examinations revealed that the resulis 
were satisfactory (only 2 cases occur sinking of 
the prosthesis., 1 case periarticular Calcification, 
2 cases suffered traumatic femoral shaft fracture). 



BE5-E.1 

A Biomechanical Analysis of the Steffee Plated 
Thoracolu nbar Spine . Stephen P. Courtney*, John 
M. Lipka, Subrata Saha, and James A. Albright 
Orthopaedic Surgery, LSU Medical Center 
P.O. Box 33932, Shreveport, LA 71130-3932 

Patients with unstable thoracolumbar spine 
fractures benefit from surgical reduction and 
rigid internal fixation. The Steffee spinal 
plates represent one type of transpedicular 
screw fixation device currently utilized for 
stabilization. 

The torsional, flexural, and lateral bending 
stiffness of 2 embalmed and 2 fresh thoracolumbar 
spines were measured before and after a simulated 
fracture of the l2th vertebra fixed with Steffee 
spinal plates. The Steffee plated thoracolumbar 
spines did not differ significantly in behavior 
from the normal thoracolumbar spines in torsion. 
In flexion the plated thoracolumbar spines were 
significantly less stiff (p<0.05) than the normal 
thoracolumbar spines. In lateral bending, the 
steffee plated spines were less stiff than the 
normal thoracolumbar spines, but the deviation 
from normal was not significant. Removal of 
the anterior plated nuts had no significant 
effect in the biomechanical performance of the 
steffee plated spines. In summary, the Steffee 
plated thoracolumbar spines behaved very similar 
to normal in torsion. 



BE5-E.2 

Yhe Biomechanics of L-Rod Interlock to 
Prevent Sldesway of the Scoliotic Spine, 
G, McNelce*, and B. Allen Jr., Division of 
Orthopaedics, University of Texas Medical Branch, 
Galveston, Texas, 77550. 



This study was prompted by clinical evidence of 
post-surgery progressive sldesway of some 
pediatric spines during the fusion period. A 
spine model was constructed to provide simulation 
of the ligamentous spine. A test table was 
designed to allow incremental apical rotation with 
lateral load application. Standard 3/16" diameter 
L-Rods were wired over the thoracolumbar spine and 
then loaded laterally to demonstrate the 
kinematics of wire-rod interplay and subsequent 
slippage. An interlock device was designed and 
component tested to provide inter-rod locking. 
The device was constructed using MP35N metal for 
use of either 316L Stainless Steel or MP35N spinal 
rods. Additional instrumentation including a 
torque device and operating room calibration was 
designed. The interlock device was designed to 
resist a 2000 N shear slip force in order to 
resist a lateral load of 500 N placed at the top 
of the spine. This was estimated to provide a 
safety factor range of 2 to 4 times the expected 
lateral loading. 
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BL5-E.3 

The Biomechanics of Veck Trauma-Injury 
Envelopes and Applications to Gymnastics, 
G. McNelce*, T. Oxland and P. Scott, Civil 
Engineering?, University of Waterloo, Waterloo, 
Ontario, N2L 3G1 , Canada. 



Catastrophic cervical spine Injury amounts to 
approximately 10,000 new cases each year in the 
U.S.A. Estimates indicate each of these cost 
society about $A00,000 and that about one-third 
is due to falls. The present paper summarizes the 
Injury tolerance data and proposes injury 
envelopes which can be used to predict injury 
severity following accidental human impact. 
Application is made to the study of safety matting 
ns used in the sport of gymnastics. Only vertical 
head-first Impacts were simulated experimental! , 
The test fr':ility comprised a drop impact 
mechanism wit variable mass and impact velocity, 
A combination of impact force, moments, 
acceleration and displacement were measured 
simultaneously to allow full assessment of 
Impulse, energies and deformation. Additional 
tests were conducted using a Hybrid III 
anthropomorphic test dummy for impacts on mats 
currently on the market. 

Impulse values remained insensitive to impact 
severity, suggesting that it is not a good 
parameter for injury assessment • Protective 
matting has a limiting percentage of energy 
absorbency and appears to remain constant for any 
one mat construction. 
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BE5-E.4 

Space Truss - A Systems Approach 
To Cervical Spine Mechanics, 
S.M. Levin* Potomac Back Center / 
5023 Seminary Road, Alexandria, 
VA 22311 

A space truss system is proposed as a 
structural model for the ce.vical 
spine to replace the present post and 
lintel or lever model. Lever models 
are reductionistic and present apparent 
solutions to local problems but fail to 
give a comprehensive understanding of 
biomechanical design. Systems theory 
modeling is used to develop a rational 
basis for the use of a space truss with an 
internally vectored icosahedron as 
the finite element of a heirarchical 
truss system. Some advantages of a truss 
system are omni-directional stability and 
within the same instant, flexibility, 
local load distribution and low energy 
requirements. Physical properties of 
biological material and icosahedral truss 
systems coincide and allow for unique 
biologic characteristics such as non- 
linear stress-strain curves and Poisson's 
ratio approaching unity. One basic model 
is applicable to all cervical spines of 
any species under any condition of 
loading. 



BE5-E.5 

RESEARCH ON MECHANICS OF THE SPINEt Zhu Doneminfi*f 
Sun Chan^zhuf Xu Yan^he? Zhang Hua? Shen£ Jln^fanfif 
BelJlng Languages Institute? BelJln£» P.R.C. 

The study on the mechanical properties of each sec- 
tion of the vertebral column is the foundation of 
biomechanics of the sPine* Research has been con- 
ducted on the mechanical properties of the inter- 
vertebral disc and the cancellous bone of vertebrae. 
The anisotropy of the vertebrae and the intervert- 
ebral disc was calculated? analyzed and given ex- 
planations. The method of finite elenoent and its 
application in biomechanics was discussed. Three 
models of the motion segment were introduced: Sr>it- 
ker*s axial ly symmetric model* Shiraziadl»s model 
of the 2-3 vertebrae of lumbar sPine and its inter- 
vertebral disc from a 29-year old female body and 
Simon's model of porous materials. 

Aif.Of the biomechanical model of the sPine has been 
discussed. 



BE5-E.6 

The Biophysics of the S^pme in thr EvolMticn 
of Kan on the Earth,K.PC'*'ano* *Tuncticnal F^c 
education ana K^'habilitaticn^.U Sapicnza 
University, ODie&, Rooe, Italy 

The A. shows a "hunan rodel*' selected frorii so'se case £tu<3jes 
which consider Subjects in a *t«te of insvf l>c ient rr'ir*'*!',^- 
ner»t in the sseittai plene ih>p«?rc>ph&t*c ^ixh Afwoi^c-npnt 
of the non-rigid cervico-thor«C4C spine * *»hich rejct 
fdvorabiiy to a vertical cc^pression applied the opera- 
tor's hand on the neck/trapeziua angle. Reaction nf.ans 
"functional vertical ity" which according to the biomechani- 
cal law invariability isay also have evoked a dynamic er**ct 
posture as it should ha*' been experienced by the evolutiona 
ry families between gene. a Hocinoid and Hoiso.The above func- 
tional adjutitwents should have been cospulsorily assa^^ed 
while the evolutionary fa'nilies carried huge quantiti^'S 
heavy naterials towards the open plains to defend t hens elves' 
againat aggressors throught the construction of rudinentary 
but effective wails. The A. studying the "hunan oodel" defi- 
nes the weight (about 12, S KgJ and location tnecK/ trapezius 
angle) of these naterials which a transitional being between 
genera Hoainoid and Ho»o should have favorabily carried. In 
this paper the A. analyzes the coppressive/ tensile forces 
which froa the necessity to (santain the erect posture nay 
have guided towards the structural changes observable in 
fossil recains. 



BE5-E.7 

Bionricchanic Rei»earch of Treating in the Thoracic 
and Lumbar Vertebrae Compressed Fracture 
Gu Yun-Wu, Wanq Xiao-tonq-', Han Hui 
Tianjin Hospital Orthopaedic Institute 
Tianjin, P.R.C. 

Functional exerciser with a pillov^ under the part 
of lumbar compressed fracture, mean while a spinal 
rack is putted on the part of thoracic and lumbar 
fracture, are a qood method of treating in thoracic 
ond lumbrate compressed fracture. 

According to the animal experiments, fresh spinal 
specimen experiments and clinical test, it is evi- 
dent that the more serious compressed fracture Is, 
the smaller reduction force is needed. 

Although using the method of function exercises 
with a pillow, the function of the pinal would still 
recover slowly due to staying on bed sc long time. 
For solving this problem the spinal rack was used 
to keep a fixed force so that the patients could do 
functional exercises on the ground. 



RJC 



1988 World Congress on Medical Physics and Biomedical Engineering • S'^n Antonio, Texas 211 



Biomedical Engineering Scientific Papers 



BE5-E.e 

Sxperimental Study on Effect of 
Spine Transmitting Vibration, 
Liu Zhen-tian* and Liu Run -nan, 
Nanjing Institute of Technology; 
P. R. China 



In this paper, the caused vibration in 
the roads of different flatness were 
chosen to be as the exciting source of 
vibration situation. The Vibration 
inform^^tion of the vechical and human 
buttock and human head was collected. 
Using signal digital process technique 
to analyse the power srectrum, in the 
viewpoint of energy, we discussed the 
transmitting effect of thp vibrated 
human body, and studied the transmitting 
situation apon/^ the car's chassis, the 
chair and the head. Vibration strength 
transmitting through the spine^ftequence 
beyond 6ilz is absorbed by the spine 
and other physiological parts of the 
body. Absorbed energy protects the head^ 
but this part of energy is dissipated 
in some physiological parts (like heart, 
lung, stomach^liver and four limbs^ect.), 
excessive energy will in jure these parts. 



BE5-F.1 

A Theoretical Analysis for the 
Charact^pristics of Articular Joints, 
M. Zaki ,Lept. of Industrial Prod., 
Mar. ira University, Mansoura, Egypt. 

A simple model of two porous parallel plates 
with reference to the human articular loints 
was suggested and studied in the presence of 
synovial fluid. Variation of pressure, load capacit>, 
time of approach, concentration of lubricant, 
minimum film thickness and the effect of cartilage 
porosity upon lubrication, have been investigated. 
The mathematical analysis was based on the 
continuity of pressure and velocities at the inter- 
face of the synovial fluid film and the three 
cartilage layers possessing different porosities. 
The study brings out many valuable and important 
results which are in good agreement with earlier 
experimental observations. 



BE5-F.2 

Measuring System for Contact Pressure 
Distribution an Artificial Knee Joint, 
H.Kurosawa*, K.Ytjnakoshi,T.Yamanoi and 
A. Kamiya, Research Institute of Applied 
Electricity, Hokkaido University, 
Sapporo, Japan. 

Although a nuirber ot bicmechanical studies of the 
human knee joint havQ been carried out, the kjine- 
matics of the knee joint is not fully understood. 
Ihe artificial knee joint replacemant surgery is 
usually ix^cated for the severely damaged knee, 
lb date, many kinds of artificial knee joints have 
been designed. In sons cases reoperation is needed 
to treat complications sudi as loosening of pros- 
chesis. Vfe have develc^^ed a microcotputed-based 
system which allows the measuremant of contact 
pressure distribution in artificial knee joint 
during operation in order to prevent ocnplication 
due to malaligraent of the joint. 
The system ie oun^xjsed of (i) measuring apparatus 
where n-;?c*lve press^are sensors are buried an the 
trial of tibial ocin[K»vait and (ii)graiMc display 
tc ^sualize the di^mges in pressure distribution. 
In vitro e:qperimen^3 shows that only a limited 
area of the joint ^as subject to the loading in 
the malaligned knoe. VJhen the quadriceps force 
was applied, th/5 pressure force of the* fenoro- 
tibia l jojjtit varied according to the magnitude of 
the forces as well as the flexion angle. 



BE5-F.3 

The Bicmechanical Analysis of 
Removal of the Meniseus, Wang 
Yi-jing^ Shanghai University of 
Science and Technology, China. 

Keniscectom;* is one of the most frequent- 
ly performed orthopaedic operations. In 
this thesis, removal of the meniscus is 
analysed biomechanically with Finite Ele- 
ment Method (FEM) . A two dimentional 
plane stresses FEM has been developed by 
author, using the method of combining FEM 
with strain gauge measurement with the 
model, FEM analyses are carried out under 
several pathological condition. The re- 
sults are compared with that in normal 
knee. The results are compared with that 
in pathological knee. The results of com- 
puting show that it is influential on 
stress field in the knee after meniscectomy. 
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BE5-F.4 

The Biomechanics of the Intracranial 
Pressure Response to Closed Dynamic 
Impact Injury to the Spinal Cord, 
Maurice S. Albin*, Leon Bunegin, 
University of Texas Healih Science 
Center, San Antonio, Texas 78284 

In severe trauma, combined spinal cord and 
craniocerebral injury is not unusual. 
Previous studies on evaluation of force 
propagation from site of spine/cord injury 
to brain via/cerebrospinal fluid presstare 
waves has been intrinsically limited because 
impact injury was accomplished directly on 
the exposed spinal cord. Thus, such energy 
attenuating structures such as skin, muscle, 
bone, and ligaments were removed due to the 
laminectomy itself. This problem was 
obviated using a dynamic, closed, impact in- 
jury instrument delivering 1.0 x 107 
dynes/kg force to the Tio vertebral 
interspace in the cat. A fast rise time 
semiconductor transducer was connected to an 
intracranial subarachnoid bolt and impact 
force calculated using an optical-electronic 
detector. CSF waves were digitized and 
averaged after subtraction of impact 
artifact. After impact, the CSF pressure 
wave in the cranium reached an amplitude of 
30 mmHg over a period of 8.0 msec with the 
pressure peaking 3.8 msec after impact. 



BE5-F.5 

Transient Pressure Changes in the Spinal 
Canal under Rapid Headmovements. M Svensson*, 
B Aldman, P Lbvsund, T Seeman, T Ortengren. 
Chalmers Univ of Techn. S-412 96 GSteborg 
Sweden 

After whiplash injuries in rear end car collisions 
at low impact velocities, car occupants often 
suffer from pain in the neck and pricking fingers^ 
They also often lose consciousness immediately 
after the impact. Mostly neither injuries to the 
tissues nor signs of impact to the head can be 
diagnosed. The injury mechanism has not yet been 
given a satisfactory explanation. 
The spinal canal changes its length when the head 
is pivoted in the sagittal plane. Assuming the 
cross-sectional area of the canal constant, an 
exchange of fluid between the spinal canal and the 
ambient tissues must take place by an alteration 
of either volume of cerebro spinal fluid in the 
meningeal tubes or blood volume in the veinplexa 
of the epidural space or both. Measurements of 
fluid pressure in the spinal canal in both anes- 
thetizied pigs and in a mechanical model show 
marked differential pressure gradients in the 
canal under simulated whiplash. This is probably 
a result of the expedited fluid flow. 
We are now studying the detailed effects of these 
pressure-flow phenomena to be able to understand 
the injury mechanisms- 



BE5-F.6 

Biomechan ical Research of Function Shelves in Treat- 
ment of Articular Fracture Wan Xiao-tong^, Gu 
Yun-wu, Han Hui, Tianjin Hospital Orthopaedic Inst. 

Articolar fracture is common in patient with frac- 
ture and difficult in treating. These external fix- 
ations have been applied to clinic and biomechanic 
characteristics have been concluded. The external 
fixations were made of small bulk, less weight and 
small structure. After reduction, the fixations 
were fixed on part of fractures and acted on a re- 
duction force. The strain forces for reduction, 
which were used to treat humeral transcondy and Ben* 
nett's fracture, were about 'i-IOkg. The compressed 
forces, which used to treat olecranal, patellar and 
calcaneal fractures, were about ^-27k9. The static 
moment was about S-Skg-cm for treating olecranal 
fracture, about 3kg-cm for treating Bennett's frac- 
ture, about l8kg-cm on calcaneal fracture, about 
7.'ikg-cm on humeral transcondy fracture, about 13.1 
kg-cm on patellar fracture when the patient stand- 
ing. These external fixations were made of the good 
elastic materials, so the elastic recovering forces 
were very well. During patient's exercise, the 
strain and compressed forces float up and down about 
l-3kg. the moments float between 21-20kg-cm. The 
early function exercises were good for heal of frac- 
ture and could prevent stiff joint. During exercis- 
ing, the static strain force float between +/-0.^3kg, 
--and**stat*i*c^compre55ed' 'force"*b'e'tween ^/- \. 3kg . AT ter 
3-i| days, the static strain and compressed forces 
went down to 50-70% but the float forces went up one 
to three times as much as float forces of beginning. 



BE6-A.1 

ventilatory fluctuations and dynamics 
of the respiratory chemical control 
system, A. M. ElHefnawy* Ph.D, 
Biomedical Engineering Dept, Cairo 
University, Giza, Egypt. 

Ventilatory fluctuations are studied by 
incorporating noise into a mathematical 
model of the human respiratory chemical 
control system. Uncorrelated Noise is 
imposed on various system parameters 
including metabolic rates, receptors, and 
blood flows. The resulting fluctuations 
show the differential sensitivity of 
ventilation to the studied parameters . 
In addition, the central component of 
ventilation is negatively correlated with 
the peripheral component, resulting in a 
total ventilation which is less variable 
than the algebraic sum of its components. 
Spectral analysis of the fluctuating ven- 
tilation shows a peak around 0.025 Hz, 
mainly due to the peripheral component of 
ventilation. This is the same frequency 
encountered by increasing controller gain 
to destabilize ventilation. The spectral 
peak is diminished in both cases by in- 
creasing the level of inspired C02. The 
results -suppor-t -that xespiratory oscilla- 
tions might be due the system dynamics. 
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BE6-A.2 

DEPENDENCE OF UPPER AIRWAY CALIBER ON 
INSPIRATORY MUSCLE ACTIVITY OIRING 
SLEEP, O.W. Hudgel*, Case Western 
Reserve University, Cleveland 
Metropolitan General Hosoital, 
Cleveland, Ohio, U.S.A. 
It is hypothesized that chest wall muscle 
contraction during inspiration, by producing an 
intraluminal subatmospheric pressure, has a 
collapsing effect on the compliant segments of 
the wer airway in man during sleep. This 
collapsing effect is counterbalanced by a 
dilating force generated by contraction of 
muscles r"*:5unding the upper airway. To 
examine tu.s hypothesis, we recorded upper 
airway and chest wall muscle inspiratory tonic 
and phasic electrical activity and upper airway 
resistance during periodic breathing in healthy 
subjects and obstructive sleep apnea patients in 
t^EM sleep. A disproportionate decrease in 
upper airway relative to chest wall muscle 
inspiratory activity resulted in an increase in 
upper airway resistance or occlusion. In 
contrast, an increase in upper airway muscle 
inspiratory activity out of proportion to chest 
wall muscle activity caused a decrease in upper 
airway resistance, or resulted in airway opening 
from an apnea. These findings demonstrate the 
importance of the relative inspiratory 
activities of upper airway and chest wall muscle 
contraction during inspiration in setting upper 
airway caliber during sleep. 



BE6-A.3 

Sleep-Induced Effects on Chemoreceptor 
Responsiveness and Its Implications, 
J. A. Dempsey*, University of Wisconsin Medical 
School, Madison, 53705. 

During NRKK sleep the ventilatory response to 
hypercapnia or hypoxia remains substantial, while 
small reductions in arterial P strongly 
x.-hibit breathing, so that at P5^q^ = 40 mmHg 
expiratory time increases 2-3 X and at Pa^^^ 
35 mmHg increases 10-15 X. This combination 
of sleep effects on chemo responsiveness has the 
following effects: a) causes periodic breathing 
in hypoxia? b) causes augmentation of diaphragm 
and accessory muscles of respiration — including 
abdominal expiratory muscles — when airway 
resistance is high during eupneic breathing; c) 
permits complete "resting'' of inspiratory and 
expiratory respiratory muscle activity when Pa 
is reduced 2-3 mmHg, (via nasal mechanical 
ventilation); d) increases upper airway 
resistance — in "susceptible" subjects— when Pa^^ 
is low (such as during unstable hyperpnea) and 
decreases upper airway resistance when P^^^ is 
high and (such as at end-apnea during 

periodic breathing). The site of transient 
hypocapnic inhibition and hypercapnic excitation 
resides primarily at the carotid chemoreceptors. 
(Supported by NHLBI) . 



BE6-A.4 

Periodic Breathing: A Model with Experimental 
Observations, D.C. Shannon, D.W, Carley and 
Ch. Maayan, Massachusetts General Hospital, Boston 
Massachusetts 02114 

A minimal model of periodic breathing was devel- 
oped. It defines the conditions for PB in terms 
of: 1) CO^ sensitivity, 2) cardiac output, 3) 
mixed venous CO2, 4; circulation time, and 5) 
mean lung volume for CO^*' In each of 38 healthy 
subjects, awake (15), asleep (23), 8 with familial 
dysautonomla and 2 lacking CO2 sensitivity, we 
studied the relationship between relative stabil- 
ity (R) and loop gain (LG) of the CO^ control 
system. LG was estimated using measured values of 
the 5 model parameters. We tested the hypothesis 
that LG deLerrained R. We found a positive correl- 
ation between R and LG (r - 0.74, p ^ .01, N « 85) 
and between measured R and predicted R; (r = 0.09, 
p " ^.1 serial correlation of residuals); the 
mean residual was not different from zero (p >y 
•!)• Sustained PB occurred at LG >1 and never at 
LG >jC 0.7. The average duration of a PB cycle was 
29.0 sec; predicted « 36.2s (r « 0.57, p ^ 0.5 
comparison of slope with unity). Results were 
similar awake and asleep. Given the above 5 
parameters LG was estimated and this model 
predicted relative stability and, cycle duration 
of PB In healthy subjects awake and asleep, in 
familial dysautonomla and in congenital central 
hypoventilation. 



BE6-A.5 

Spectral and Coherence Analysis Applied to Sleep 
Apnea, D.A. Silage* and A.I. Pack, Department of 
Electrical Engineering, Temple University and the 
Department of Medicine, University of Pennsyl- 
vania, Philadelphia, PA, USA. 

Spectral analysis by digital comb filtering of 
ventilation and the coherence between ventilation 
snd the frequency content of the electroencepha- 
logram (EEG) are used to describe the hypothesis 
that there are temporal relationships between the 
periodicities in ventilation and oscillations in 
state affecting the "wakefulness: input to the 
ventilatory control systems. The analysis 
indicates that th6re is no appreciable lag 
between the oscillations and a significant (p<.05) 
coherence (0.8) at a frequency of approximately 
0.012 Hz or a period of 83 seconds. This result 
is similar to the observed cycle time of venti- 
latory periodicities during Stage 1-2 sleep in 
our elderly subjects. The long cycle time 
suggests that they are not produced by the carotid 
body and in our studies the oscillations in venti- 
lation persisted during oxygen breathing, although 
apnea was abolished. 



234 



"14 



1988 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



Biomedical Engineering Scientific Papers 



BE6-B.1 

ANALYSIS OF THE RESPONSES TO ABRUPT 
SPONTANEOUS VENTILATORY DISTURBANCES, 
M.C.K. Khoo*, Univ. of Southern 
California, Los Angeles, CA 90089. 

Deep breaths that abruptly raise ventilation 
(hyperventilatory sighs) or spontaneous pauses 
of a few seconds duration represent approximate 
impulse disturbances to the respiratory control 
system. By analyzing the ensuing changes in 
ventilation and alveolar PC02, the dynamic 
properties of the peripheral chemoreflex loop 
may be inferred. Denoting the changes in ventila 
tion or alveolar PC02 as x(t), a large class of 
responses may be characterized as x(t) = A exp 
(-bt) cos(wt) or x(t) = A exp(-bt) (1 +bt). In 
this study, we propose the simplest physiologi- 
cally plausible model that can yield the above 
types of responses. We derive analytical expres- 
sions that relate the best-fit coefficients (A, 
b and w) to the parameters of the closed-loop 
control system, which include loop gain and the 
time delay inherent in the loop. This computa- 
tional procedure represents a simple method for 
assessing the degree of stability. of the respi- 
ratory control system without the need for 
external interventions, such as inspired gas 
mixtures or forced ventilatory maneuvers. 

Supported in part by the Whitaker Foundation and 
NIH Grant RR-01861. 



BE6-B.2 

Quantitative Analysis of Upper Airway and 
Respiratory Muscle Electromyograms and 
Electroencephalogram during Sleep, E. Onal*, 
D. Carley, R.M, Aronson and M. Lopala, 
University of Illinois at Chicago, USA 

In studying the effects of sleep on respiration and the sleep- 
induced disorders of respiration, quantification of upper 
airway and respiratory muscle activity provides important 
information for the interpretation of sleep-induced changes 
in minute ventilation and respiratory system mechanics. 
We record genioglossus muscfe activity by a bipolar needle 
electrode inserted perorally and diaphragmatic activity by a 
gastroesophageal catheter, while the sleep stages are 
monitored by electroencephalogram (EEG). 
The electrical activity of both muscles (EMG) is amplified, 
band-passed between 30 and 600 Hz, rectified and averaged 
over consecutive 200 ms intervals, providing a "moving 
time average" measurement of activity. Similarly, to derive 
a continuous "state index" (SI), a 5 s time window is moved 
through each EEG waveform in 1.25 s increments and the 
power spectrum is computed for each increment. The total 
power between .5 and 10 c/s is derived from each spectrum 
to provide the individual points of the SI function. Studies in 
normal subjects with sleep-induced periodic breathing and 
patients with occlusive sleep apnea reveal a close 
association between SI and EMG. However, the assumption 
that state changes are the sole determinant of periodicity, 
apnea onset and resolution cannot be confirmed. 



BE6-B.3 

VARIATIONS IN THE SIGNAL STRENGTH AND 
CONSISTENCY OF RESPIRATORY NEURONAL 
ACTIVITY AND THEIR PHYSIOLOGICAL 
SIGNIFICANCE, John Orem* Department of 
Physiology, Texas Tech University Health 
Sciences Center, Lubbock, TX 79^30. 

Respiratory neurons are, by definition, 
active during a particular phase of the 
respiratory cycle. However, the 
relationship between the activity of a 
neuron and some phase of the respiratory 
cycle is not always obvious, and some 
quantitative technique is necessary to 
detect the relationship and to define the 
strength and consistency of it. This 
presentation will show 1 ) that the analysis 
of variance is a powerful tool for detecting 
respiratory activity; 2) that an effect size 
statistic car> be used to quantify the 
respiratory signal strength and consistency 
of that activity; and 3) that classification 
cf neuronal activity according to its signal 
strength and consistency is important to an 
understanding of the effects of sleep on the 
respiratory system and of the mechanisms for 
behavioral control of that system. 



BE6-B.4 

UPPER AIRWAY PRESSURE-FLOW RELATIONSHIPS DURING 
SLEEP: EFFECTS OF CHEMICAL AND MECHANICAL STIMULA- 
TION. R,A. Parisi*, N. Krawciw, D.A. Hutt, N.H. 
Bdelman and T.V. Santiago. Department of Medicine, 
UMDNJ-Robert Wood Johnson Medical School, New 
Brunswick, N.J. 

Upper airway (ua) narrowing results in activa- 
tion of pharyngeal and laryngeal dilator muscles 
via mechano- and cheinoref lexes. However, the ex- 
tent to which these reflexes may modify airway 
resistance to overcome obstruction, especially 
during sleep, is unclear. We measured inspiratory 
airflow (if) and pressure differences (mask to hypo- 
pharynx to trachea) to assess supraglottic (sg), 
laryngeal (Ix) and total ua resistance (R) in 4 
goats during wakefulness (W), slow wave (SWS) and 
REM sleep. Changes were measured during single- 
breath flow-resistive loading (FRL; 18 cm H2O/I/S) 
and during asphyxic chemical stimulation (CS) pro- 
duced by rebreathing 10% O2 in N2. Rsg and Rlx 
both increased from W to SWS to REM (p<0.05). 
During CS in each state, Rsg and Rlx decreased at 
comparable V. FRL resulted in a large increase in 
Rsg over the range of V achieved, while Rlx did 
not change. For all states at any level of CS, 
loaded Rsg was a function of unloaded Rsg (r=0.86). 
We conclude that partial collapse of the pharynx 
occurs during FRL. Thus, defense of the upper air- 
way by dilator muscles is not sufficient to over- 
come pharyngeal narrowing. This is more critical 
during sleep due to the greater baseline Rsg. 
(Support: HL16022, HL07467, HL01549, UMDNJ #20-87) 
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BE6-B,5 

Acoustic and Magnetic Resonance Imaging of 
Extrathoraclc Airways, Kingman P. Strohl*, 
Peter L. Hoekje, E. Mark Haacke, and Lee J. 
Brooks, Case Western Reserve University, 
Cleveland, OH 4A106 

We compared two noninvasive methods for measure- 
ment of extrathoracic airway size and response to 
positive transmural pressure. By acoustic imaging 
(AX) with airborne sound introduced through the 
mouth, a one -dimensional measure of airway cross - 
section over the travel path of the sound is 
obtained 5 times per second, tracking dynamic 
changes in area. Magnetic resonance imaging (MRI) 
provides information in two and three dimensions 
about the composition and configuration of the 
tissues surrounding the airway, but at the pre- 
sent time requires imaging times longer by 2 to A 
orders of magnitude than does AI. Images were 
obtained by both methods in six supine normal 
subjects breathing through a mouthpiece, with and 
without administration of continuous positive 
airway pressure (5-10 cmH20) . Both methods 
provided sirailar values for airway size along the 
extrathoracic airway, and identified similar 
regional variations in static a'irway size in 
response to an increase in airway pressure. With 
AI, changes in airway size were observed to cor- 
relate with inspiration and expiration, while MRI 
revesier? specific anatomic de- tails about the 
yieldi:ig and unfolding of the airway wall in 
response to static pressure changes. 



BE6-B.6 

Mathematical Analysis of Periodic Breathing 
in NREM Sleep, N.S. Cherniack* and G.S. 
Longobardo, Case Western Reserve University, 
Cleveland, Ohio 

We used a mathematical model of the respiratory control 
system to systematically investigate the effect of severity of 
disturbances to breathing and system parameters on periodic 
breathing during sleep. The model consisted of multi- 
compartment representation of O2 and CO2 stores, a peri- 
pheral controller sensitive to O2 and CO2, and a central 
controller sensitive to CO2. The effects of hypoxia and 
hypercapnia on the upper airway muscles were not 
considered. An episode of hyperventilation or asphyxia was 
used to disturb the control system. Simulations with the 
model produced the following findings: the number of apneas 
associated with periodic breathing were greater as circu- 
lation time increased; controller gain increases also made 
the number of apneas greater, but at each level of circu- 
lation time there was a range of controller gain changes 
which caused little change in apnea number; there were 
more apneas with hypoxia; the number of apneas increased 
with sleep associated reductions in metabolic rate and the 
more rapidly resting pC02 rose at sleep onset; and the more 
intense the disturbance, the more apneas there were. 
It is known that hypoxia and hypercapnia have multiplicative 
effects on controlling gains. The precise form of these 
multiplicative interactions had important effects on the 
occurrence of periodic breathing. 
The results suggest that the occurrence of periodic 
breathing depends on a nu-^ber of different factors including 
system parameters and disturbance intensity. 



BE6-C.1 

EUHD BRMSCS hSMXBOSOJIAR TSM^SSSORT IN OBE 
LUNG. Robert J. Roselli* Department of 
Bicmedical Engineering, Vanderbilt University. 
Nashville, TO 37235. «» 
A multiple pore model of steady-state fluid 
ar^ mcrcroolecular transport has been applied to 
measurements of vascular pressures, lyn^ih flow, 
lymph and plasma concentrations of several 
proteins, and the permeability starface area for 
urea in sheep lungs. Two pore sizes (approximate- 
ly 5nm and 26nm, in proportion 10^000tl) are 
sufficient to describe ly^iph data collected during 
baseline conditions and following microvascular 
pressure elevations, saline infusion, and plasma 
infusion. A compartment plasma-interstitial 
model vMch uses the above pore structure has also 
been developed to describe unsteady-state fluid 
and macroTOlecular exchange in the lung. Add- 
itional model parameters, such as interstitial 
conpliance and filtration coefficient of the 
lyn0)atic barrier, are estimated using lympti data 
collected after a step increase in vascular 
pressure, ^fedel predictions indicate that only a 
small fractiLcn of the interstitium is accessible 
to exchanging protein - a phenornenon verified by 
experiment. This model is currently being used to 
interpret vascular permeability from tracer 
experiments Where radioactive mcrotolecules are 
injected intravascularly and transvascular 
exchange measured with external detectors. 
(Supported by NHI^I 19153, NIH BRSG S07-RR07201) 



BE6-C.2 

Transcapillary Transport Pathways 
in Skeletal Muscle, P«D. Watson* 
and M.B. Wolf, Dept. of Physiology, 
University of South Carolina, 
Columbia, SC 29208, USA. 



In the conventional view of transcapillary 
movement, water and solute cross by the 
extracellular route. Both pore and fiber 
matrix modeis of pathways assume this. Using 
osmotic pressure of small molecules (urea, 
NaCl, sucrose, and raffinose) to drive water 
across the microvessels of the isolated cat 
hindlimb perfused at high flows OlOO ml.min" 
'♦100g nuscle"1), water flow rates (>0.005 
ml.rain~''.mraHg"^.100g muscle"^) were obtained 
which were comparable to flows driven by 
hydrostatic pressure or large molecule 
osmotic pressure (0.01). Using these data to 
calculate reflection coefficients for these 
molecules gave values >0.5, close to that for 
serum abumin, 0.8. These data cannot be 
easily fitted by models where water and 
solute use the same path, and are best 
explained if most of the v*ater flow passed 
through the endothelial cells rather than 
around them. Supported by USPHS Grant HL 
2^3^^ and the South Carolina Heart Assoc. 
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BE6-C.3 

PHYSIOLOGICAL REGULATION OF CAPILLARY 
PERMEABILITY, V.H* Huxley*, Dept. Physiology, 
Univ* Missouri Medical School, Columbia, MO, 
USA 

The study of transcapillary water and solute 
has concentrated on factors influencing 
J\ydrostatic and osmotic forces at the 
capillary wall. For the most part the 
exchange vessel wall is viewed as a passive 
barrier which may be disrupted under 
pathological states. Recent studies of water 
and solute flux in individually perfused 
microvessels suggest a role for active 
modulation of the capillary barrier. 
Specific examples, from this laboratory, 
include conditions of hypoxia and anoxia or 
infusion of atrial peptide or sodium 
nitroprusside. In these cases we observe 
changes in hydraulic conductance and/or 
permeability of the capillary wall to 
solute. The responses are specific to the 
treatment, dose and duration. They can be 
modified or inhibited by a variety of 
agents. The mechanisms whereby the exchange 
barrier properties are altered appear to be 
regulated by the endothelial cells in consort 
with at least one other cell type (pericyte, 
nerve or mast cell?) under normal 
conditions. 

VHH is an AHA Established Investigator 



BE6-C.4 

KINETICS OF CAPILLARY CO2 EXCHANGE AND pH 
EQUILIBRATION, Akhil Bidani^ Department of 
Medicine, University of Texas Medical Branch, 
Galveston, TX. 77550, USA 

In vivo kinetics of capillary CO2 exchange and 
intravascular pH equilibration are determined by 
the compl ex i nteraction of mul tipl e factors . 
The most important of these are (a) the rate of 
CO2 hydrat-\n-dehydration reactions within 
plasma and in red cells, and (b) the kinetics of 
red cell anion exchange. The role and influence 
of these factors has been examined using a 
detailed mathematical model of the reaction and 
transport processes that occur in blood during 
and after capillary gas exchange. Furthermore, 
this model has been used to analyze and explain 
experimental data obtained by us in intact 
animals and in isolated perfused animal lungs. 
These studies indicate that blood might not 
reach electrochemical equilibrium during 
capillary transit. Additionally, several 
commonly used drugs adversely affect the rate of 
capi 1 1 ary CO2 exchange and i ntravascular pH 
equilibration, by modifying the kinetics of 
specific reactions and/or transport processes 
involved in gas exchange. Such detrimental 
effects on gas exchange and acid-base 
homeostasis might be particularly important in 
patients with limited cardiopulmonary reserve. 



BE6-D.1 

INCLUSION OF AIR^ *Y WALLS IN LUMPED ELEMENT MODELS 
OF THE RESPIRATORY SYSTEM. A. C. Jackson! Dept. 
Biomed. Eng.» Boston Univ., Boston, MA. 

A 6-element model consisting o£ a central 
branch (with a resistance and inertance) separated 
from a peripheral branch (with a resistance, 
inercance, and compliance) by a shunt compliance 
(C ), thought to represent alveolar gas 
compression, has been used for respiratory system 
impedances (Z-g). This model was fit to Z^g in 
nine dogs (2-96 Hz) but C estimated using the 
model was not correlated with C^^ computed from 
independent measurements of thoracic gas volume. 
One reason for this may be because of the 
distorting effects of airway wall shunt 
impedance, ^^qH* To test this, two methods of 
compensating Z^g for the effects of Z^ j^l 
upper airways were investigated. Both methods 
rely on a measure of impedance with the airway 
occluded at some point. This provides a separate 
measure of ^^qH which is assumed to be a shunt 
impedance in parallel with the impedance 
peripheral to the closure, Z In each of the 

dogs, Z^g was measured (2-Sf6 Hz), the tracheas 
were occluded judt above the carina and Z^^ij^ was 
then measured. ^nev ^^^^P^^^d by both techniques 
were physically unrealistic in that the real part 
became negative above 56 Hz. It is concluded that 
neither of these techniques can be used to account 
for the shunt impedance of the tracheal wall* 

Supported by NIH grant HL-31248. 



BE6-D.2 

Modeling the Low-Frequency Mechanical Behaviour of 
the Respiratory System, J.H.T. Bates*, McGill 
University, Montreal, Quebec, Canada. 

The mechanical properties of the respiratory 
system are conveniently assessed in terms of the 
relationships between three easily measured 
quantities - pressure and flow at the airway- 
opening, and pressure in the esojrfiagixs. However, 
the relationships between these quantities are 
dependent on the frequency of ventilation. It is 
clearly important to tmderstand the mechanical 
behaviour of the respiratory system at naturally- 
occurring frequencies, \^ich are virtually always 
less than two Hertz. We consider data fran the 
following three types of experiments on 
anesthetized paralyzed dogs, all yielding low- 
frequency (0-2 Kertz) information: a) passive 
expiration, b) the cyclical ventilation of the 
lungs, aixi c) the sudden interruption of flow at 
the airway opening during passive expiration. It 
is apparent that both the lungs and the chest wall 
of a normal animal are well modeled as systems 
with two mechanical degrees of freedom. Further 
experiments in whidi alveolar pressures are 
measured directly in open-chested dogs during flow 
interruption demonstrate that one of these degrees 
of freedcxn in the lungs is the inflation of the 
lungs as a unit, i^ile the other is accounted for 
by the viscoelastic properties of the lung 
tissues. A similar model structure is invoked for 
the tissues of the chest wall. 
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BE6-D.3 

WHAT MEANING CAN BE GIVEN TO RESPIRATORY 
HECHANICS PARAMETERS WHEN ESTIMATED THROUGH 
CURRENTLY USED MODELS? 

P. Barbini*. 6. Cevenini, University of Siena. Italy 
6. Avanzolini. A. Cappello. University of Bologna , Italy 



A nine-element RLC model of the respiratory system, 
which takes into account both low and high 
frequency behavior, is used as a quantitative 
tool for investigating the meaning of parameters 
identified in artificial ventilation and forced 
pressure oscillations. This model, characterized 
by a series airway and two parallel tissue compart- 
ments, enables us to generate realistic transpulrno- 
nary pressures by using mouth flow signals typical 
of these two respiratory conditions and parameter 
values representative of dogs. 

Two and four lumped parameter models are used for 
estimation from low frequency signals, while a six- 
element model is applied in high frequency condi- 
tions. Parameter estimation procedure is performed 
in the time-domain and the Powell algorithm is used 
to minimize the root-mean-square error between 
simulated and model-predicted pressure. 
At very low frequencies (less than 1.5 Hz) the 
two-element model is preferred and its compliance 
reproduces the total one. while the resistance as- 
sumes an intermediate value between the two tissue 
resistances. When the input signal spectrum reaches 
3 Hz. the four-element model is preferred. All pa- 
rameters are satisfactorily estimated even if the 
resistance in series with the lower lung compliance 
is overestimated. At high frequencies (;-200Hz) the 
six-element model allows a good estimation of air- 
way parameters. The tissue resistance and inertance 
are the parallel of the respective elements in the 
two tissue compartments .while the tissue compliance 
assumes an intermediate value. In conclusion. differ 
ent signals require different models which provide 
complementary information on respiratory mechanics. 



BE6-D.4 

ISSUES WHEN FITTING LUMPED MODELS TO RESPIRATORY 
IMPEDANCE DATA. K.R. Lutchen! Boston University, 
Boston, MA 02215. 

Many studies have tried to estimate 
respiratory system properties by fitting lumped 
models to impedance data. Here we review .the 
consequences and issues with this approach. The 
overall theme is the trade-off between model 
identifiability and being able to maintain a 
model structure with physiologicaly relevant 
parameters. We examine how, for a given clinical 
condition, data from a specific frequency range 
limits the complexity of proposed models. These 
models, in turn, inherently limit the ability to 
resolve specific system properties or features. 
To demonstrate this we use "forward-inverse" 
modeling. Several kinds of detailed forward 
mcdels (FMs)^ are used to generate data from 0-4 
Hz, 4-128 Hz, 0-128 Hz, and 0-200 Hz. The FMs can 
have a structure to purposely distinguish 
anatomic regions (eg., a common airway leading to 
parallel pulmonary pathways then a common pleural 
node and then parallel chest wall pathways). For 
other FMs, the elements can be systematically 
altered to indicate specific types and amounts of 
disease (eg. inhomogenous airway disease only). 
Then, the limitations of simpler inverse models 
required for uniquely fitting these data in the 
presence of measurement noise are explored. Wa 
also examine constraining some parameters based 
on independent measurements. Supported by NIH 
Grant 31248 and The Whitaker Foundation. 



BE6-E.1 

One and Two Dimensional Wave 
Mechanics Models for Oscillating 
Flows in Respiration, M.A.F. 
Epstein*, F. Moslehi, M.A. 
Pisani and j.R. Ligas, Univer- 
sity of Connecticut Medical 
School, Farmington, Connecticut, 

Recent interest in the physical phenomena 
underlying inhomogeneities in gas dis- 
tribution within the lung has identified 
the need to predict pressure and velocity 
distributions throughout the airways. Wave 
mechanics provides a potent analytical 
tool for characterizing such oscillatory 
flows. The equations of motion for a gas 
undergoing small amplitude sinuousoidal 
oscillations with negligible viscous 
effects were expressed as a one dimensio- 
nal wave equation. This model is capable 
of describing the velocity and pressure 
fields (transient and steady state) in a 
number of geometries including slightly 
compliant ducts and horns. A two dimensio- 
nal model which includes viscous 
dissipation has been solved analytically 
to predict the time dependent radial and 
axial velocity and pressure distributions. 
This approach has great promise for under- 
standing airway flow fields. 



BE6-E,2 

Anesthesia Ventilator 
T, Cadena and F. Prieto* 
Institute Nacional de la Nutricion 
Universidad Autonoma Metropolitana 
Mexico 

A practical, low-cost anesthesia ventila- 
tor is one of the notable medical equip- 
ment needs in Mexico and probably in other 
developing countries. 

We propose a pneumatic-power, electronic 
control, constant flow ventilator, built 
with low cost, locally available industrial 
pneumatic, measuring and electronic part'^. 
Flow rate, respiratory rate, relative ins- 
piratory and pause periods and end expira- 
tory pressure are set by the user. The 
pneumatic circuit provides the pressure to 
drive an anesthesia bellows. 
The ventilator has been put to test during 
animal experimental surgery and has proved 
safe and effective in a variety of surgical 
procedures. 
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BE6-E.3 

hUcracxsitro22er far a Valvaetric nespiratcr 
A. l-tortlnez H.^, C. LbpezA., J. Jlo^siez: A. 
Dhlversld^a Autfcncma Matropolitana - lart:. 
T>epartaraento de Iix?enlerla Elfectrlca 
Av. Ptrlslita Y Miciioacan. Mtoclco, 093^ I3F 

Vfe have deslaned a mlcroccjntroller-liQsal 
syst«n for the display ana ccntrol of all the 
•fmctlcns involved in a volunetrlc ventilator 
deslcffjed Iv Instltuto Maclcnal de la Notricifin 
tn collalxratlon with t»M-Iztapalapa. It was 
desl<?nGd around the 8031 mlcrocontroaier, and 
aiKllJary cftlps such as the proqraraaOble 
timer and the MXX>eC9 8 channel, 8 hit A/D 
conv)farter . 

Thft system is divided, into three parts: 
display, mcnltcrtng and control, and alarms. The 
monitcrln? and display subsystems are hased 
npon the cocpl inpi of flow and pressure 
transch.x:<3*s to the A^ con^/erter, and the 
measurittT of 02 concaitratlon. Different 
paraneters such as respiratory frequency, tidal 
volone ai:d insplration^explratlon ratio can he 
displayed and controlled. Several alarms are 
irK:l\il'3d, sudh as apnea, airway pressure, minute 
volime. alDsence of electrical energy and absence 
of oases; default volunes fcr operation are 
inchalGa to enable the syston to assiare positive 
safety ijnder all nonnal and failure ccnliticais. 
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BE6-E.4 

Respiratory Drive Monitor 
Integrated in a Ventilator, 
L. G* Hellstrom*, B. Hallen, 
and D. Linnarsson, 
Karolinska Institute, Box 
60400, 104 01 Stockholm, 
Sweden 



A critical problem in intensive care 
and anesthesia is to decide when the 
patient can take over his own breathing 
from a ventilator. For clinical appli- 
cation, we have integrated a system for 
non-invasive determination of respira- 
tory drive into a Siemens-Elema Servo 
Ventilator 900C. The system determines 
the respiratory drive by evaluating the 
pressure drop during the first 0,1 sec 
of an occluded inspiration (P0,1), This 
can be monitored, together with other 
relevant respiratory parameters, on a 
breath by breath basis* No additional 
valves or sensors are required, A small 
personal computer connected to a Servo 
Computer Module controls the measuring 
process, presents the result and stores 
it on file. Respiratory occlusion pres- 
sures agree well with simultaneous va- 
lues obtained with a standard method. 



BE6-F.1 

Propagation and Damping of Flow Disturbances in the 
Bronaiial Tree in High-Frequency Ventilation, P.Niederer* 
£.Bush^ Inst of Biomedical Eng. and MedJnformatlcs, University 
of Zurich and Swiss Federal Inst, of Teclinology, Switzerland; 
D^pahn, £.Schmid, Inst of Anestliesiology, University Hospital, 
Zurich, Switzerland; P.P. Lunkenhcimer, Deptof £xp.Surgery, 
University of Munster, FKG. 

Unstable flow processes such as turhulence production or eddy- 
shedding caused by turbulent flow conditions, bifurcations, abrupt 
diameter changes, and entrance effects in general have been 
suggested to be mechanisms for gas exchange enhancement in 
High-Frequency Ventilation. The question arises \^ether such 
flow Disturbances actually reach the periphery of the lung in spite 
of the damping provided by the viscosity of the air and the 
viscoelasticity of the lung tissue. 

Propagation and damping of flow disturbances were modelled 
mathematically on the basis of a one-dimensional flow 
approximation taking into account the above mentioned damping 
mechanism. The results were compared to measurements made on 
lubes of various lengths, diameter and quality, as well as on dried 
pig lungs. The dependence of the damping is demonstrated as 
function of frequency and tube diameter, and the ratio of viscous 
to viscoelastlc damping is discussed. It is found that high* 
frequency flow disturbances are strongly damped out in the small 
terminal airways, in spite of the short propagation distances 
associated with the peripheral lung structures. 




BE6-F.2 

Axial Flow Developnent during, High Frequency ^ 
Sinusoidal Oscillations in Airways. D. Isabeyt 
Onite de Physiologie Respiratoire IMSSRM 0 296, 
Hopital Henri Mondor, Creteil, France. 

From detailed measurements of sinusoidal floK 
resistance in a cast of central human airHays, He 
partitioned frequency ( f ) — tidal volume (Vt) 
diagrams for peak flow and flow reversal into 
separate regions m nhioh the levels of 
unsteadiness are predictiblc (JAP 61 (1): 113-126, 
1986). The dependence of resistance on f and Vt m 
each region Has characterized by non^imensi onal 
parameters describing the relative effect of the 
forces governing the floH motion m each. One of 
them is an alternative Strouhal number € ? 
( 4L/d) . ( a^/Re). coscot, varying throughout the floH 
cycle Hhich seems to be the key to understanding 
floH resistance m a range of f and Vt commonly 
used during high frequency ventilation. He propose 
extending the Blasius solut.ion for Duh 
development along a flat platt; to th« boundary 
layer equation Hxth a non-st^e<idy term. This ehoht.d 
that € a 1 Hays remains proportiunal to the 
instantaneous and local ratio of the unsteady t&t m 
over the convectivc term confirming the pertintinr,o 
of this parameter for osclJlatory flow. Khen this 
parameter is applied to axial velocity profiles 
previously measured duri ng si nusoJ da) VIom in a 
3:1 model of the human centra) airHayi;» lUa 
velocity profile dependenct- on the differ, nt 
leveJs of unsteadiness is confirmed. 
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BE6-F.3 

A BSVXEW OF GAS TBASSFO&T FBOCBSSBS IV HIGH 
FBEQUEarClT VHSTILATIOII R.D* Kasua: Department 
of KeohaniOAl Engineering, . Hassaohusetts 
Institute of TeolinologY* Cambridge, Hassa- 
ohusetts 02139, USA. 

An overview of the different physloal 
meohanlsms responsible for gas transport 
during high frequenoy ventilation will be 
presented and oast In a unified and sim- 
plified form that more olearly Identifies 
those faotors that limit the rate of gas 
transport . One slmpllf loatlon Introduoed 
simulates the enhanoement of moleoular 
diffusion due to the movement of gas baok- 
and-forth through regions of varying oross- 
rsotional area* Predlotlons are meule of 
the looal resistanoe to gas transport asso- 
oiated with different pulmonary airways. 
Two resistive zones are identified; one in 
the vlolnlty of the traohea and another 
more peripherally in airways having diame- 
ters in the range of 1.0 to 2.5 mm. This 
suggests that new efforts should be devoted 
to better xinderstanding the nature of 
transport in these zones and to the devel- 
opment of variations in the method of ven- 
tilation that have the greatest influenoe 
there. 

Supported by the NHLBI, grant HL 33009. 



BE6-F.4 

Computer Simulation of COp Gas Exchange 
During Mechaglcal \^ntilatlon 
P.W. Scherer, ^G.N. Neufeld, 
J.D. SchwardJ, S.J.Aukburg 
Department of Bloengineering and Department of Anesthesia. 
University of Pennsylvania 
Philadelphia, Pennsylvania 19104 
USA 

Conventional mechanical ventilation differs from 
spontaneous breathing mainly In the flow waveform produced by 
th3 ventilator and the manner In which the lung Is expanded by 
positive pressure. We have developed a computer model of 
steady state CO2 gas exchange based on the solution of the one 
dimensional convective diffusion equation In the Weibel 
symmetric trumpet bell model of the human bronchial tree. The 
computer model allows us to determine the position of the tidal 
volume (Vj)-FRC Interface as it moves during inspiration and 
expiration and to determine the amount of COg which has been 
transferred Into the VT from the PRC by molecular diffusion. By 
using the computer model, we can Investigate the effect of many 
system variables including: acinar airway structure, anatomic 
dead space, breath flow waveform, breathing frequency, tidal 
volume, breath hold duration, and acinar blood flow distribution 
on the amount of CO2 expired per breath and the form of the CO2 
washout curve seen at the mouth on expiration. The model 
predicts that In the absence of breath holding, frequency and tidal 
volume are much more Important than breath waveform shape in 
determining the efficiency of CO2 gas exchange during 
mechanical ventilation. 



BE6-G,1 

Connection between Microscopic Structure 
and Macroscopic Mechanical Properties of 
the Lung^ Y. C. Fung* University of Cali- 
fornia, San Diego, La Jolla, CA 92093, 
U.S.A. 



To derive the constitutive equations and 
material constants of the lung tissue from the 
microstructure, the widths and curvatures of 
the collagen and elastin fibers in the pulmon- 
ary alveolar walls and alveolar mouths are 
measured. Together with rheological data of 
these materials, the morphometric data are used 
to compute the stressstrain relations of the 
alveoli. The geometry of the alveolar ductc is 
analyzed and compared with known data. The 
validated duct model is used to compute the 
macroscopic stressstrain relationship of the 
lung tissue. In the c.alculatiion, the micro- 
strain of the duct is gllowed to be different 
from the macroscopic strain. Among other 
things, it is shown that a usual hypothesis 
about soft tissue mechanics; that the elastin 
fibers are straight and take up load at low 
stress level, whereas collagen fibers are 
curved initially and takes on an increasing 
share of load only when an increasing portion 
of them are straightened, is wrong, at least 
for the lung. (Research supported by NXH NHLBI 
HL 26647.) 



BE6-G.2 

Finite Element Model of Alveoli and Ducts 
R. Lowe**-*, D. Hitchir.gs=, F.L. Matth>3ws== 
and R.C. Schroter*. Physiological Flow 

Studies Unit* and Aeronautics Dept= 
Imperial College London SW7 2AZ 

Knowledge of the mechanical behaviour of 
the lung 1 £ important for understanding 
its function and 'ncnitoring abnormalities. 
Recent wort by f owe et al (J. Biomechanics 
19, 541-549, 1986) on effects of the 
constituent tissue and surface lining of 
the alveolar structures has shown that a 
mathematical model of a single alveolus of 
p. escribed geometry and assumed material 
and surf -ace tension properties can be used 
to generate pressure* volume cycles for" 
whole lungs jn i*2tro. Finite element 
methods were used to determine the 
distribution of stress for a system of 
forces due to the applied pressure on the 
structure. In an extension of this model 
we aim to reproduce the networi of alveoli 
surrounding the duct. The chosen shape of 
the al veol us 1 ends 1 tsel f ideally for t;hi s 
purpose, enabl ing szmpl 1 f ication of the 
model due to symmetry. By producing an 
accurate functional representation of the 
duct w*^ hope to examine the role of 
interdependence of alveoli and the effect 
of non-homogenous alveolar units. 
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BE6-G.3 

Mechanical Properties of the Lung Parenchyma Deter- 
mined from 3-D Reconstructions. R,R« Mercer* and 
J*D* Crapo, Duke University > Durhamt N«C. 

The surface tension on the thin walled alveolar 
septa and the collagen-elastin connective tissue 
network within the septa are major factors in pa- 
renchymal micro-mechanics • 3-D reconstructions 
from serial sections have been used to study the 
mechanics of alveoli and alveolar ducts in lung pa- 
renchyma^ The results indicate that connective 
tissue elements act to enhance lung stability at 
volumes greater than end-expiratory volume by dis- 
tributing stress between adjacent regions. Recon- 
structions demonstrate fine collagen fibers (5-30 
fibrils/fiber) interconnecting the collagen rich 
alveolar entrance rings (80-300 fibrils/fiber) of 
adjacent alveolar ducts. Elastin fibers are pre- 
dominately located on the edge of alveolar entrance 
rings and interconnect adjacent rings. This indi- 
cates that stress distribution in the lungs is due 
to the elastin interconnected system of alveolar 
entrance rings and the fine collagen fibers inter- 
connecting the alveolar entrance rings of adjacent 
alveolar ducts. The elastin interconnected al- 
veolar entrance rings are under tension at all 
levels of lung inflation while the fine collagen 
fibers in the alveolar septa are under tension and 
distributing stress when the alveoli through which 
they pass are near full inflation. 



BE6-G.4 

Surface Tension Driven Flows in Thin Liquid 
Linings D.P. Gaver'lll and J.B. Grotberg, 
Northwestern Univ. Evanston, IL. 

We study the events following the impaction 
of an aerosol droplet containing an immiscible 
surfactant on the lung's liquid lining. Surface 
tension gradients drive a "Marangoni" flow 
within the' film, spreading the aerosol, and 
providing a larger area for the transport of 
substances ct:rried by the aerosol. We used 
lubrication theory to derive non- linear partial 
differential equations descri*>*ng the evolution 
of the surfactant concentration and the film 
thickness, and found their solution by numerical 
integration. The driving mechanisms in this 
problem are surface tension gradients, surface 
diffusivity of the surfactant, and gravity. 
Several dimensionless parameters, which mainly 
depend upon the thickness and viscosity of the 
film and the composition of the aerosol, in> 
fluence the behavior of the solutions. 

Our results show the possibility of a wide 
range of behaviors depending upon the magnitudes 
of the parameters. However, for all cases in 
whicn the gravitational parameter was non-zero, 
we observed an initial spreading of the aerosol 
accompanied by a localized thinning of the film. 
A recirculation region in the form of a ring 
vortex develops and the film finally relaxes to 
a flat interface. 



BE6-H.1 

Conceptual Problems in Rib Cage Kinematics. 
R.C. Saumarez, Dept. Cardiological Sciences, 
St George's Hospital Medical School, London 
SW17 ORE, United Kingdom. 

The kinematics of the rib cage have proved 
hard to analyse. These difficulties stem frcm: 

a) Unrecognised functional differences bel^ueen 
the human and quadruped rib cages and the func- 
-ticnal and morphological differences between 
the human upper and lower ribs. 

b) The transformation of a rib between twc 
i^Dints may be expressed as a rotation and a tran- 
slation. The trajectory of the rib cannot be 
deduced from this transformation yet ribs are 
often assumed to rotate about a single axis. 

c) The rib cage probably moves with its compon- 
-ents fitting together. With monoaxial rotation 
there are small misfits at the four joint sur- 
-faces on the rib. While these are "negligible" 
compared to the dimensions of the rib, very large 
forces would have to be created to overcome these 
misfits* Also, with monoaxial movements, varia- 
-tions in rib cage motion cannot be accounted for 
except by rib deformation which would require 
very large forces. These problems are resolved 
if the rib cage is treated as a multi-element 
mechanism which can move within the constraints 
imposed by the geometry of its joint surfaces. 



BE6-H.2 

Intrathoracic Pressure Dynamics with Forcing 
at the Airway Opening and Chest Wall 
S.A. Ben-Haira* and G.M. Saidel 
Technion, Haifa, Israel and Case Western Reserve 
University, Cleveland, Ohio 44106 

We have developed a mechanistic model of ventila- 
tory d>namics which accounts for movements of the 
lung, rib cage, abdominal wall, and diaphragm. 
The applications of the model include the analysis 
of positive-pressure ventilation (PPV) and 
cardiopulmonary resuscitation (CPR). To determine 
optimal strafegies for these therapies, we have 
simulated th-i dynamics of the ventilatory system 
with various forcing functions. With respect to 
PPV, we addressed the question "For a given tidal 
volume and breathing frequency, is there a pres- 
sure or flow input" waveform that produces minimal 
airway and pleural pressures?" The intent is to 
deliver sufficient ventilation, but with minimal 
pulmonary and cardiovascular side effects. With 
a variety of waveforms we found that none could 
minimize airway and pleural pressures at the same 
time. With respect to CPR, we addressed the 
question "Can occlusion of the airway opening 
during chest-wall compression provide a positive 
effect on cardiac output by increasing intra- 
thoracic pressure?" Both model simulations and 
animal experiments shoved that airway occlusion 
during CPR could provide significant improvements. 
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BE6-H.3 

STRUCTURAL MODEL OF THORAX AND ABDOMEN FOR RESPI- 
RATORY MECHANICS, S,H. Loring, Department of 
Environmental Science and Physiology, Harvard 
School of Public Health, Boston, MA 02115. 

Respiratory mechanics includes both pulmonary 
mechanics and mechanics of the "chest wall", by 
which we mean the mechanics of the thorax the 
abdomen and the diaphragm. The geometrical com- 
plexity of the chest wall and its associated 
muscles of respiration makes rigorous analysis of 
the mechanics of the respiratory system diffi- 
cult. We have used a structural model of the 
human rib cage and abdomen that incorporates many 
geometrical and functional features important to 
the understanding of respiratory mechanics. This 
structural model of the respiratory system with 
two degrees of freedom of motion incorporates 
realistic geometries and mechanical properties of 
intercostal and abdominal musculature and can 
predict the actions of respiratory muscles. The 
rib cage, diaphragm, abdominal wall and lungs are 
characterized by nonlinear stress-strain charac 
teristics that depend on muscle activity. The 
positions, volumes, forces and pressures for each 
set of initial conditions are found by determin- 
ing mechanical equilibrium by an energy 
equation. Many such determinations allow 
predictions for large displaceisents . The model 
predicts passive respiratory system behavior and 
the action of individual respiratory muscles that 
are qualitatively consistent with physiological 
data. (Supported by HL33009 and HL19170) . 



BE6-H.4 

Mechanics of Compartmental Models of the 
Chest Wall, Theodore A. Wilson, Department 
of Aerospace Engineering and Mechanics, 
University of Minnesota, Minneapolis, 
Minnesota 55455 U.S.A. 

The methods of mechanics require that a 
linear elastic system with two degrees of 
freedom be described by three compliances. 
In most of the literature, the compliance 
that describes the coupling between rib 
cage and abdomen is implicitly assumed to 
be zero. Deschamps et al. find that in 
seated subjects, the coupling compliance 
is small, but consistently positive, 
contrary to current models. 
The methods ^Iso provide definitiors of 
the effective forces exerted by resi.-'iratory 
muscles. These forces are proportional to 
the rate of change of muscle length with 
compartmental volume. A simple model of 
the geometry of the diaphragm yields pre- 
dictions that are consistent with Hubmayr's 
data on the changes in pleural pressure 
and chest wall shape caused by diaphragm 
twitch. 

Supported by National Heart:, Lung, and 
Blood Institute Grant HIj-21584. 



Influence of Body Position on Ribcage 
and Diaphragm Shapes. S, Hargalies , 
J. Rodarte , P. Bergsland, Hoffman. 
Mayo Foundation > Rochester, MN, 55905. 

We evaluated ch^ effect of lung (L) volume (V) and 
dorsoventral pleural pressure gradient (d?pl/dx) 
on the shape of the ribcage (R) and diaphragm (D). 
Six anesthetized dO[\s were scanned in a 3-D Cf 
imaging sy,«t:em at TLC and FRC while prone and 
supine. After pnc^umo thorax CpN) was introduced, 5 
were studied supine and I was also studied prone. 
Crgss-sectional areas of L, mediastinum (M), and 
subdiaphragmatic contents (SD) were detJrmined 
from K6 ma transverse slices. The shapes of D 
and R (R-L+SD-^M) were evaluated from the cephalo- 
caudal distribution of cross-seccional area 
(A(z)). In ooth positions, A(z) of R at FRC could 
be modelled as 

ApRc(z) = K(AxLc(z)] 

where K « (VpRc/VxLC PN reduced dPpl/dx to 

zero and thus increased the transdiaphragmatic 
pressure (Pdi) gradient. At FRC PN had no effect 
on D shape while at TLC, the dependent portion of 
the D moved cephalad and the independent region 
moved caudal. These results are consistent with 
the prssence of a dPpl/dx in the intact dog which 
influences the shape of the diaphragm at TLC when 
the average Pdi is small, and has little rffect at 
FRC when average Pdi is comparably large. 



BE6-H.6 

Rib Cage Mi Uling from X^Ray Aftasurtmtnis, 
C.M.Kenyon*, T.Pedlcy, and T.Higgenbottam, Dept. of 
Applied Mathematics and Theoretical Physics, Cambridge 
University, Cambridge CB3 9EW, England. 

A continuing problem in respiratory physiology is in relating mea- 
surements of the chest wall to the underlying anatomical structures. 
We present here an adaptive kinematic rib cage model which takes 
as input the positions of a small number (« 10) of poinU on the 
thorax measured on lateral and posterior-anterior x-rays, and then 
adapts mathematical representations of the bones and joints to fit. 
In this way the positions and shapes of the manubrium, sternum, 
vertebrae C7— LI, and the po--*->n of the sikth rib on each side are 
detwmined from measuremeu .d mathematical models. 

This technique relies on two hypotheses. 1) that the con- 
straints of a functional rib cage arc such that the variation in rib 
cage shape between individuals can be described by a small number 
of variables. 2) that the bones of the rib cage fit together such that 
they can move with only a small number of degrees of freedom. 

The model hat been validated using x-ray data from 12 pa- 
tients befor' and after median sternotomy required for coronary 
artery bypass surgery. Error* were found to be ±5nm and ±3* 
fot dimensions and orientations respectively. Full s'-e computer 
plots of the rib cage were compared with actual x-ruys to measure 
the error, ani also where there were discrepancies the shapes were 
altered interictively to examine the effect on the numerical predic- 
tions. In adolUion the technique showed itself to be able to detect 
the small change in rib cage configuration which occurs after the 
operation in conjunction with a decrease in the total lung capacity 
and residial volume (1/ and 0.5/ respectively). 
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BE6-I.1 

Energy Dissipacion in an Airway Bifurcation 
A. Tsuda, B. Savilonis, R. Kamm, and J. Fredberg, 
The Biomech. Inst. t Wore. PolyCech. InsC. , Univ. 
Mass. Med. Sch., Mass. Inst. Tech., Harvard Univ. » 
Hassachuseccs, U.S.A. 

We measured energy dissipation associated with 
large amplitude periodic flow through airway bifur- 
cation models. Each model consisted of a single 
asymmetrical bifurcation with each branch terminat- 
ed into identical elastic loads. Sinusoidal oscil- 
lations were applied at the parent duct such that 
the upstream Reynolds number (Re) varied from 30 
to 5000 and the Womersley parameter (a) from 2 
to 30. Pressures were measured continuously at the 
parent duct and at both terminals, and instanta- 
neous branch flow rates were calculated. 
Time -averaged energy dissipation, Ev, in the bifur- 
cation was computed from an energy budget over a 
control volume integrated over a cycle. We found 
that when flow amplitude was small (tidal volume 
to dead space ratio, Vt/Vd«l), Ev could be regard- 
ed as quasi-linear and a alone was sufficient 
to describe the effects of unsteadiness. When flow 
amplitude was large (Vt/Vd»l) , the influence of 
free stream convection was significant and Ev 
became quasi-steady as a increased. The behav- 
ior of Ev suggested an analogy to steady curved 
tube flow. This study demonstrates that only two 
nondimensional parameters, a and Vt/Vd, are 
necessary and sufficient to describe Ev in a given 
geometry during sinusoidal flow. Supported by 
HL33009 and HL3^616. 



BE6-I,2 

Kechanical Effects Induced by Jets in Airirays. D. 

Isabey, Unite de Physiol oglu P.espi ratoi re IHSERM 

(U 296) » Kdpital Henri Hondor, CretoU, France. 

Tracheal jets hav(> recently been nho^n to 
contribute to airway gas transport and are 
frequently used in different typn& of mechanics I 
pulmonary ventilation &«x.h as High Frequonc/ Jet 
Ventilation or Constant Blow Ventilation (CFV). 
The behavior of such jets In the airHa/«i resf>mblc?. 
that of confined jets in a tube. The latter have 
strong mechanical effects Khich have nevor been 
deeply investigated nor quantified for the 
respiratory system. Ho thus studaed the mechanical 
effects of using a neu endotracheal tube that 
alloKs gas injection in the loner trachea. Fresh 
gas, Khich flous through several th capillaries 
molded into the tube uall, is injet-ued at high 
velocity near the distal end of the tube, 
producing local air entrainment. He applied the 
momentum flux theorem including uall friction to 
this system and performed measurements in a 
tracheal tube. Both shoH that this local air 
entraij'ment mechanism created either a positive 
pressure gradient (as occurs during CFV) and/or 
an overall entrained floR through the core tube, 
Hith a predictable quadratic relationship betueen 
airRay pressure and injecteu riou rate. Lastly we 
present the mechanical and physiological results 
obtained Kith this system in patients ventilated 
with CFV or assisted by pre^i^suro support. 



BE6-I.3 

The Expiratory Pres sure-FLow 
Character of the Lung 
J. M. Collins', R.D.Kamm and A H.Shapiro 
Maeeaohueette Institute of Yeohnology 
Cambridge, HassaohUGettG 

Experiments were oonduoted to study the 
pressure-flow relationship during steady 
expiration in a multi-generation human 
lung model (J.Hammersley and D.Olson). A 
subtraotion teohniqiie was developed to 
allow measurement of the pressure drop 
aoross a single generation within the 
network. Experiments, first oonduoted in 
a planar idealized airway, oovered the 
Reynolds numbers from 50 to 8000. 
Sensitivity studies were then performed 
to determine the influenoe of variations 
in geometry and flow distribution. 

The results for a single bifuroation 
were then used to synthesize the pressure 
-flow oharaoter of a oomplete airway 
network. The numerioal prediotions are in 
olose agreement with published data, and 
demonstrate that branohing asyounetries 
enhanoe the oontribution of the lower 
airways to the total flow resistanoe, 
partioularly at low flow rates and with 
more visoous gases. 

Supported by HL~33009 



JE6-I.4 

Effect of Oscillatory Frequency and insplratorv:Exp1ratorv Ratio 
on Tracheal and Alveolar Pressures in a Rabbit Model . D. Winter,* 
SwRI. San Antonio, Texas. D. Gerstmann, A.F. Taylor, K. Nose. 
J.M. Fouke, R.A. deLemos. SFBR, San Antonio. Texas. 

During high frequency oscillatory ventilation (HFOV) In an 
Intubated, open-chest rabbit mixiel. we measured pressures In 
the trachea and alveoli using a stainless steel tracheal monitoring 
tube and a low-mass pleural capsule. Ventilator pressures were 
also measured proximal to the 2.5 mm ET tube. Oscillatory 
pressure amplitude (Pamp) ar)d mean aln^^y pressure (Paw) ^ 
were recorded for the 3 airway locations In each aninrial for each 
of 6 randomly chosen Insplratoryiexplratory (1;E) ratio (1:2, 1:1) 
and frequency (10, 15. 20 Hz) combinations. Nine animals were 
studied using a right thoracotomy to place upper lobe capsules 
on 4 and middle lobe capsules on 5 animals. Analysis of variance 
tRSts showed no change In tracheal or alveolar Qn both lobes) 
Pamp that was related to changes In ventilator frequency or 1:E 
ratio. There was. however, a marked Increase In tracheal Paw as 
l:E ratio was lengthened from 1:2 to 1:1. Tracheal to ventilator 
Paw ratios Increased from 0.795±0.132 to 1.163±0.133 
(mean±SD) {p=0.0001, t-test) In the middle lobe capsule group 
when 1:E was Increased. Similarly. In the upper lobe group, 
tracheal to ventilator Paw ratios Increased from 0.731 +.0.111 to 
1.158±0.265 (p«0.0004) as l:E increased. We speculate that 
higher tracheal Paw at 1:E 1:1 could result from unequal 
proxlmal/dlstal airway insplratory-explratory Impedances, 
resulting In volume redistribution to the large airways. Casts of 
the large airways showed that the upper lobe airway branch had a 
much smaller radius of curvature than the middle lobe branch 
(approximately 3 mm vs 15 mm) and a much larger tumlng angle 
(approximately 150° vs 60^. The Increased pressure drop In the 
up^r^r^ the middle lobe may be a result of this geometry. 
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BE6-I,5 

Theoretical Considerations of Nasal 
Airfiow Mechanics, G. O'Neill and N.S.Tolley, 
University Hospital of Wales, Cardiff, 
U.K. 



A mathematical model relating nasal airflow 
and pressure, using Bernoulli's equation 
applied to flow through the nasal valve 
region, has been shown to give values of 
nasal resistance which correlate well with 
those measured experimentally. It is 
concluded that the nasal valve is the primary 
location for nasal resistance and that the 
nasal vault contributes a negligible amount 
to the total trans-nasal pressure drop. 
Flow limitation is predicted in the model by 
incorporation of a terra describing nasal 
valve stiffness. The interrelationship of 
the alar wing and nasal valve are deraonstrated 
and the model is discussed in terms of aiding 
the understanding of normal airflow physiology 
and what implications this may have to nasal 
surgery. 



BE6-I.6 

AIRFLOW DYNAMICS IN THE CONDUCTING AIRWAYS OF THE 
UJNG: S.K. KESAVAN, AND N.P. REDDY* BIOMED. 
ENGR. DEPT., UNIV. OF AKRON AKRON, OHIO 



Three-dimensional air velocity patterns were 
measured in a 2:1 plexiglas model of the conduct- 
ing airways of the human lung using a hot-film 
anemometer. A plyisobutylene solution in 
decalin was used as a viscoelastic sumulant of 
tracheal mucus. Both steady and oscillatory flows 
were studied. Air flow rates were varied to 
simulate conditions varying from normal to heavy 
breathing. The experimental results show the 
skewed and complex nature of the velocity profiles 
as air cascades through the branches. Model 
geometry was found to exert a greater influence 
than flow Reynolds number on the velocity profiles. 
Results of flow visualization experiments conduct- 
ed to study the interaction of a turbulent 
air flow with a lining of polymer mucus analog 
illustrate the formation of interfacial waves, 
and the alteration of the turbulent boundary lay- 
er. (Supported by Univ. of Akron Faculty Research 
Grant). 



BE6-J.1 

HeBodynamc Modelling of Rapid VasculAT Occlusions 
in the Lung, J.H. Linehon*, T.A. BromkowsH, and 
C.A. Dawson; Marquette Univezsityy Medical CoUege 
of Visconsin, Zabl>cki VA Medical Center; 
Milvaukee, Wiacousin 
Hemodynamic analyses of the information contained 
in the transient arterial and venous pressure curves 
following vascular occlusion has proved useful in 
attempting to understand the relationship between the 
structure and function of the pulmonary vascular bed. 
In an experimental setting wherein the lung flow is 
constant, rapid occlusion of the pulmonary vein for a 
short time or simultaneous occlusion of both the artery 
and vein provides quantifiable pressure data which can 
be interpretated udng models which consider the dis- 
tribution of vascular resistance versus vascular com- 
pliance. In particular, the locus of vaso motion with 
respect to the site of major vascular compliance, the 
microvasculature, is detectable. W e have further shown 
that the pressure of the microvasculature can be readi- 
ly determined from the simultaneous occlusion 
experiment. Recently we have explored the impact of 
fluid inertance on the interpretation of th^ arterial 
pressure decay curve Tollowin^ arterial occlusion. 
Since the arterial occlusion maneuver can be done in- 
vivo by inflation of the balloon o£ & Swan-Ganz cath- 
eter, we have extended our models to interpret the 
information content of the resulting arterial pressure 
decay curve to provide an upper bound of the micro- 
vascular pressure. 

Supported by Grant KL-19293 and the Veterans 
Administration. 



BE6-J.2 

On the Use of Arterial Density 
Fluctuation to Assess the Varletlon In 
the Blood Volume of the Pulmonary 
Capillaries, J. S. Lee'^and L. P. Lee, 
University of Virginia, 
Charlottesville, Virginia, U.S.A. 

When the rabbit or dog is ventilated by u 
respirator, we find that the gravimetric density 
of arterial blood has a component which 
fluctuates at the same frequency as the 
ventilation. We have hypothesized that this 
fluctuation is due to the presence of the 
Fahraeus effect In the capillary blood flow and 
the ventilatory Induced deformation of the 
pulmonary capillaries. 

The density fluctuation due to the ventilation 
and the density dilution due to the injection of 
a low density saline bolus Into the vena cava ar^ 
measured by a Dens Ity Meter ♦ Regard Ing che 
dilution curve as the transfer function of 
Indicator dilution In the central circulation, we 
use the Fourier transform of this transfer 
function to assess the attenuation and time delay 
In the transport of sinusoidal concentration 
through the central circulation. With this 
assessment and the Fahraeus effect, we determine 
the density fluctuation in blood leaving the 
pulmonary capillaries to quantify the volumetric 
change of the capillaries Induced by the 
ventilation. (Supported In part by HL 36285) 
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BE6-J.3 

Modeling the Pulmonary Input Impedance 
Spectrum, C. Lucas*, B. Ha, G. W. Henry, 
J. Fcrricro and B. Wilcox, The UNC School of 
Medicine, Chapel Hill, North Carolina, USA. 

The simple shape of the pulmonary input impedance 
spectrum has led to the development of models of 
varying complexity which mimic its salient features, 
including the frequency and amplitude of the first 
modulus minimum, characteristic impedance, and 
fluctuations indicative of a bed with reflections. 
Models are used 1) to produce realistic afterloads for 
the right ventricle and 2) to interpret vascular 
responses to system perturbations or alterations, e.g., 
drug infusions, structural abnormalities, or surgical 
interventions. Interpretation is often difficult; 
success depends not only on the validity of the model, 
but also on I) the quality of underlying pressure and 
flow signals-which are difflcult to obtain in vivo in 
the cardiorespiratory cycle-sensitive pulmonary ar- 
tery, 2) the technique used to calculate the spectrum 
of a system which may be quasi-linear at best, and 
3) the technique used to estimate model parameters 
given the calculated spectrum. The pressing need for 
improved methods for diagnosing pulmonary vascu- 
lar impainncnt, particularly in infants and children, 
emphasizes the importance of continued develop- 
ment of spci'^t il models which are age appropriate 
and which * ive parameters sensitive to physio- 
logical changes associated with pulmonary vascular 
disease. (Supported by HL35389.) 



BE6-J.4 

Modeling the Structure and Blood Circular- 
tion in the Lxaig, M. T. Yen and Y. C. 
Fung, Memphis State University, and Univer- 
sity of California, San Diego, La Jolla, 
California, 92093* U»S»A* 



To mod el b lood f low one has co mod el th e 
structure first. Thus one has to validate both 
the geometric and rheological models of arteri- 
al and venous trees, the microvasculature, and 
the alveoli, alveolar ducts, and airways. New 
data have been obtained on the collagen and 
elastin bundles in these structures; and used 
to derive theoretical values of the distensi- 
bility of capillary sheets. The theoretical 
values are compared with experimental values. 
Further, new data on the coupling between the 
arterioles and venules with the alveoli and 
ducts are obtained. These improvements are 
incorporated into a theory of pulmonary circu- 
lation. The validated theory is used to probe 
the effect of a variety of parameters on 
pulmonary pathophysiology. (Supported by NIH 
NHLBI grants UL-266A7 , HL-3AAA0 , and HL-07089 .) 



BE6-K.1 

Clinical and experimental measurements of the 
pulmonary clearance of inhaled Tc-99m-0TPA, 
P Wollmer*, E Evander, B Schmekel and B Jonson, 
University of Lund and AB Draco, Lund, Sweden. 

The transfer of watsr soluble substances across the 
alveolocapillary barrier con be studied by means of 
a radiolabelled tracer substance in the form of an 
aerosol and measurement of the pulmonary clearance 
of the tracer by external detection. Measurement of 
the pulmonary clearance of inhaled Tc-99m-0TPA in a 
simple and non-invasive procedure, which can be 
performed with standard nuclear medicine equpiment. 
In animal experiments, we have shown that the rate 
of pulriX)nary clearance is related to the functional 
integrity of the surfactant system. There are pro- 
bably also other rate limiting factors, e.g. the 
permeability of the alveolar epithelium. 
In normal man, the pulmonary clearance of inhaled 
Tc-99m-DTPA follows a monoexponential course with a 
half-time of approximately 70 minutes. In smokers, 
the clearance curve follows a biexponential course 
and thf\ abnormality is related to the smoking 
habits. In patients with interstitial lung disease, 
the pulmonary clearance of inhaled Tc-99m-0TPA also 
follows a biexponential course and is related to 
other indicators of disease activity. 
This simple technique promises new insight into the 
pathogenesis of lung diseases and may be useful for 
diagnosing and monitoring lung diseases. 



BE6-K.2 

VEOTILATION STUDIES WITH RM)IO-AE3m)I5 
G. Coates, M.D., McMaster University 
Handlton, OntariOi Canada, L8N 325 

Otie perfusigniung scan performed with a ganna 
canera and ^Tc-macro aggregated albumin (MAA) 
produces an inage of the regional distribution 
of lung blood flew. Ohe scan is sensitive to 
changes in regional blood flow but is not specific 
since both prurary defects in perfusion such as 
pulmonary embolism and defects secondary to a 
regional decrease in ventilation such as asthna 
or chronic obstiructive lung disease all can 
produce similar scan pattern. Itie ventilation 
scan produced with inhaled radio-gas such as 

Xe was introduced to increase the specificity 
of the perfusion lung scan for pulmonary entolism. 
Itiere are inherent difficulties in the routine use 
of radio-gas, many of which are overcome by using 
radio-aerosols. Itie ones most comrranly u|ed are 
submicronic aerosols of technetium-99m ( 
labelled DTPA or sulfide colloid. This paper 
will discuss the use of sufcmicronic aerosols in 
patients with suspected pulmonary embolism and 
in children with a variety of conditions including 
asthma r inhaled foreign body and congenital lung 
defects. 
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BE6-K.3 

Aerosol Dispersion Used as a Test of 
Pulmonary Function, 
M. McCawley, NIOSH, Morgantown, WV and 
H. Abrons^ West Va, Univ., Morgantown, WV, USA 

The dispersion of an aerosol bolus was found to 
be an effective means of differentiating groups 
of smoking (average exposure of 20 pack-years) 
and non-smoking subjects (p<0,000l). Their mean 
differences for standard respiratory function 
indices obtained from spirometry (FVC, FEV. , and 
^^^25-75X^ ^^^^ smaller and non-significant. 
These tests were also done before and after 
bronchodilation on subjects with a history of 
reactive airways. The changes detected were 
consistent with caliber changes in the small 
airways. A gamma distribution model, simulating 
a single mixing chamber (with incomplete mixing) 
in parallel with a variable by-pass fraction, was 
used to account for the differences seen in the 
various groups that were tested. This model 
allows a parameter to be derived for both scries 
and parallel ventilation. Measurement of the 
Peclet number for the alveoli obtained in this 
fashion agrees with the value previously 
estimated by other researchers. 



BE7-A.1 

Qualitative Reasoning With Incomplete Knowl- 
edge in Mediciney D. J. Kuipcrs*» University of 
Texas at Austin. Austin, Texas 78712 USA. 

Incomplci^ knowledge is a fact of life in medicine* the de- 
tailed structure of physiolo^cal mechanisms involved in a pa- 
tient's morder may be only partially understood, and many 
parameters of the patient state are unknown or even unmea- 
Eurable in a clinical setting. Model-based reasoning methods 
such as numerical simulation require specific numerical values 
for each model variable, and specific curves to be assumed for 
each functional relation, even where this level of precision is 
not justified by available knowledge. 

Qualitative simulation allows qualitative descriptions of 
the possible behaviors of a mechanism to be derived from in- 
complete, qualitative descriptions of its structure and initial 
state. Where the information provided is insufficient to spec- 
ify a unique behavior, the prediction is a branching tree 
possible behaviors. We have recently developed several new 
methods to improve our QSIM algorithm: (1) application of 
higher-order derivatives; (2) use of a global phase-space per- 
spective; (3) abstraction by time-scale to decompose complex 
mechanisms into a hierarchy of simple mechanisms; and (4) 
techniques for incrementally incorporating quantitative con- 
straints into the qualitative model. The goal of this work is 
to permit model-based diagnostic and therapy-selection rea- 
soning in the face of incomplete knowledge. 



BE6-K.4 

Imaging of Radloaerosols to Measure 
Mucus Flow within Lung Airways . 
W. Michael Foster, VAMC-Northport & 
SUNY-Stony Brook, NY USA 11794. 

Lung airways of humans have mucus lining that j.3 
continuously transported to the larynx from lung 
periphery by ciliary activity of epithelial cells 
of the nucosal surfaces. Mucus l3 replenished pri- 
marily by secretory products of cells interspersed 
among mucosal cells or located within submucosal 
glands. Mucus prevents deslcatlon and buffers un- 
derlying tissue from Inhaled irritants; converg- 
ence of mucus to the larynx not only maintains lum- 
inal airway patency for convective flow of gases 
but provides deliverence from the continued pres- 
ence of inhalat^onal hazards which have deposited 
onto airway surfaces. 

Noninvasive methodology is utilized to study mucus 
transport in man. Radioaerosol (Fe203 spheres la- 
beled with 99mt.echnetium) are inhaled Into the lung 
and subsequent clearance of insoluble spheres Is 
measured by Anger camera as index of mucus flow. In 
addition to recording the collective function of 
all airways, this technic provides a measure of the 
velocity of mucus flow within central airways. Kin- 
etics of mucus clearance can be assessed under con- 
trol conditions and compared to experimental per- 
turbations in healthy and diseased airways. 
Effects on mucus flow are described for therapeuti 
agents which improve conductance of lung gases, and 
for noxious gas, ozone, present in pollutant smog. 



BE7-A.2 

Simulation Methodology in 
the DEVS-Scherae Environment 



Bernard P. Zeigler* and Tag Gon Kim* 

Dept. of Electrical and 
Computer Engineering 

University of Arizona 
Tucson, A2., 85721 



We review the concepts of knowledge repre- 
sentation and modelling and simulation 
methodology which facilitate computer ex- 
ploration of alternative artificial worlds, 
such as self-sufficient bio-regenera^^ve 
human habitats. 

An object-oriented computer environment 
which supports such simulation studies is 
briefy described. A simplified example is 
given to demonstrate the power of the 
approach. 
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BE7-A.3 

An AI Approach to Modeling in Biology 

Alain Pave* Laboratoire de Biometrie 
Univeisite CI. Bernard, Lyon 1, 69622 Villeurbanne Cedex 

Frangois Rechenmann - Laboratoire ARTEMIS/INRIA 
Universite J. Fourier (Grenoble) - 38402 St Martin d'Heres 

To construct or to choose 'Uid finally use njatheniatical 
models in Biology requires many different skills which 
make this approach complex. The french Group EDORA, 
concerned by modeling problems in biology, works in the 
conception and the development of new softwares to aid 
such modeling approaches. An AI solution was chosen, 
based on an Object Centered representation of knowledge. 
In this framework declarative and procedural knowledge 
can be represented and handled by an inference engine 
called SHIRKA. The representation, the actual structure 
of the knowledge base and the basic inference processes 
will be presented and discussed. EDORA approach illus- 
trates the interest of AI in the software design, for the 
utilization by non specialists of complex tools at different 
levels, and also as formalization tool of knowledge. This 
last remark, i.e. AI as modeling framework itself, suggests 
that it will be complementary or even alternative to mathe- 
matical modeling when it presents drastic limitations 
which is often the case in biological sciences. 



Qualitative Nets as Components of Brain 
Models, A. dc Callatay,* IBM A.K. Watson 
lEC, La Hulpc, B-1310 Belgium 

The studied qualitative nets have one-way connections 
with all-or-none irreversible synapses (latches). Each 
group of cells works as a recording content addressable 
memory (RCAM) storing simple production rules. 
RCAMs are nodes of a well-formed directed circular 
network system (DNPS) solving problems as a logic 
program interpreter. In the simulated robots, the fea- 
ture extractors are sampled to produce the symbols 
processed in DNPS. The output symbols are the set- 
points of servo-mechanisms. Timing is provided by 
internal clocks. The invariant repetitive rules learned 
by experience are: Action C changes the state from A 
to B, The processing phases are: 1) the intention B is 
chosen, e.g. by a perceptron; 2) the DNPS finds which 
C can change A in B; 3) the set C of muscular com- 
mands is executed; 4) the evoked salient events enable 
a well-connected lattice of RCAMs; 5) the rules de- 
scribing the actual episode are added into these 
RCAMs. Simulations have shown that learning is fast. 
The general system permits chunking, subgoaling, rea- 
soning by analogy, adaptation, habituation, and pars- 
ing. DNPSs are mapped to mammalian brains, 
piedicting how biological circuits may work, e.g. latch 
closure is mapped to dendritic spine resorption. 



BE7-B.1 

Fast Computation of ConvecHon-Diffusion-Permeatioti' 
Consumption Algorithms for Blood-Tissue Exchanges^ J. B. 
Bassinglhwaighte* J. L S. Chan, and C. Y. Wang, Univ. Wash- 
ington, Seattle, and Michigan State Univ., East Lansing 
The complexity of solving partial differential equations for 
capillary-tissue exchanges in multicellular organ models is ordi- 
narily sufficiently handicapping to obviate the use of such 
models for standard approaches to analysis. Yet the demands 
for accurate parameterization are such that the simplest ade- 
quate models are of this form. The use of a Lagrangian sliding 
fluid element approach allows the coupling of diffusion and 
convection with permeation and transformation, giving compu- 
tational efficiency without sacrifice of accuracy. Linear models 
gain further efficiency by computing eigenvalues during the ini- 
tial condition segment of the program. Diffusion is handled by 
computing axial diffusion terms after solving for radial 
exchanges, in effect using local expressions rather than global 
matrix inversions. The results for a capillary-endothelial cell 
interstitium-parenchymal cell model is an approximate speed up 
of about 10' compared to the analytic solution, an expression 
requiring solving roots, calculatmg Bessel funcUons and double 
and triple convolution integrations. Speed is essential to the 
optimizing of the fits of such models to data for outflow dilu- 
tion or for residue function data acquired by external isotope 
detection, as with positron tomography or emission computed 
tomography or reconstructive tomogra^iy in general. (Sup- 
ported by NIH grant HL38736.) 



BE7-B.2 

Edora Methodology for Bwlogical Systems Modeling 
Alain Pave - Biometrics Lab. UCBL 
F - 69622 Villeurbanne Cedex 

The main goal of the french EDORA project is the 
design of a software to aid mathematical modeling in 
Biology, based on AI concepts and on high level 
graphic capabilities. It led to the development of AI 
tools, particularly an inference engine SHIRKA, 
working on an Object-Centered rej^ resentation of 
knowledge. A first prototype of the software enables 
to choose a model in a model base following different 
criteria, to estimate parameters from experimental data 
and to recognize the mathematical structure of a 
model (i.e. is it known in the base ?) ... A short des- 
cription the software architecture and of the structure* 
of the knowledge base give ideas for the future compu- 
ter aides modeling systems. We note that the necessity 
of the formalization of knowledge has a positive 
feed-back effect on the domain of expertise itself, e.g. 
mathematical modelmg m biology, which is at least so 
mteresting than the software itself. Finally, we also 
note that formalisms and adapted reasoning processes 
developed on AI concepts are themselves good tools 
for modeling. As mathematical models, particularly in 
biological sciences, present important limitations, AI 
formalizations could be a new approach. The extension 
of modelling is one of the new center of interest of the 
EDORA group. 
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BE7-B.3 

Complex Models Development 

Methodology in Biomedicine, 

Diet mar P. F, MollerT Dragexverk AS, 

Medical Technology, D-2400 Lubeck, -Germany 

Modeling, simulation and parameter estimation are 
of growing importance for the determination of non- 
measurable parameters and state variables of dyna- 
mic biomsdical systems. The common problems arising 
from modeling and simulation in engineering and in 
biomedical science, especially the possibility of 
solving them by applying the same methods to a wide 
range of systems research, have improved the coope- 
ration between these different areas • It is of im- 
portance to note that in biomedicine in general 
modelbuilding is an essential approach to estimate 
clinically important but not directly measurable 
system parameters and internal system states where 
even an essential excitation of the system, as re- 
quired for efficient parameter estimation, is nor- 
mally not allowed for medical reason^. 
Model development is generally based on the 

- a-priori knowledge of the system being modeled 
(system must be observable) 

- experimental data consisting of measurements 
available from patients or from literature. 

From the methodological point of view there are 
three types of concepts which depend on the 
a-priori knowledge based on the knowledge of the 
inputs or the knowledge of the outputs or the know- 
ledge of the system state for the decision of the 
unknowns, which will be discussed in detail. 



BE7-B.4 

Simulation Oj Catheter-Mcmometer Dynamic Response 

R.P» van Wijk van Brievingh* and F. Pasveer, 
Delft University of Technology, NL-2600 GA Delft 
The Netherlands* 

Blood-pressure signals from Catheter-Manometer 
systems are distorted by the system response. 
Simulation as a transmission-line in the time do- 
main includes the non-characteristic termination 
by the transducer and by air-bubbles as causes of 
wave reflection. System parameters are: catheter 
compliance, fluid column inertance and flow resis- 
tance per unit of length, determining the charac- 
teristic impedance Z and the transmission factor y 
which are complex functions of frequency. The dis- 
continuities are accounted for by compliances, 
determining complex reflection coefficients. This 
model is mathematically described by two hyperbo- 
lic partial differential equations with time and 
position as independent variables, and appropri- 
ate initial and boundary conditions. 
The equations are solved by the method of charac- 
teristics, leading to two ordinary differential 
equations describing the forward and backward 
travelling waves. Excitation with signals obtain- 
ed from catheter-tip measurements shows good 
agreement between model and reality. The simula- 
tion may also be used for signal distortion com- 
pensation purposes. 



BE7-B.5 

Qualitative Simulation of Biomedical 
Processes - An Aid in Decision 
Making, F.E.Cellier; University of 
Arizona, Tucson, AZ 85721, U.S.A. 



BE7-B.6 

Bon^ Graph based Physiological Models. 
J. LefevreM, D. Roucou, B. Debande, 
Q. Ellinghaus and S. Huberty, 
Louvain University, Brussels, BelgLum. 



Biomedical ond clinical processed ere frequently characterized 
by relatively large numbers of Afferent veriables interecting 
vrith each other In a poorly understood fashion. E^. In open 
heart surgery, the surgwn measures a number of tody 
functions of his patient that he believes to be related tf* the 
current status of the patient. He vould like to simulate the 
interactions betveen th8ae variables on line to be able to 
forecast potential problems early on in the game. Hovever Jhe 
equations govcrmng these interactions are largely unknown, 
and there can be noticed a tremendous variability in the 
behavioral patterns exhibited bg different patients. 
This paper describes e methodology that lends itself to the 
modeling and simulation of such types of processes. One of the 
major characteristics of this metfwdology Is the fact that the 
model building and model validation dctivities are not separated 
from e«ch other, and that the obtained models are optimized for 
maximum forecasting pover. 



Physiological models use various formal- 
isms : energetical ( electric analogs, 
mechanical and hydraulical networks, 
thermal and chemical systems) others are 
more simple : compartments, biochemical 
maps , block diagrams . We present a 
unified Bond Graphs approach to design 
separate and/or coupled models using any 
of these formalisms . Physical parts are 
thermodynamical ly based and phenomeno- 
logical parts use a kinetic approach. 
Biological structures are clearly dis- 
played and submodel compatibility is 
evaluated by algorithmic causality chec- 
king. A package will be presented which 
implements modular modeling and automa- 
tic coding of model specifications into 
routines suitable for simulation . 
Coupling of Bond graphs and AI tools 
for model analysis ( causal qualitative 
analysis ) will be discussed using 
muscle models as examples. 
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BE7-C.1 

FRACTALS IN PHYSICAL SCIENCES r 
S. H. Liu*, Oak Ridge National 
Laboratory, P.O. Box X, Oak Ridge, 
TN, 37831-6032 



Most natural objects do not conform to Euclidean 
geometry, which Is the backbone of modern science. 
As a result the study of Irregular objects has 
eluded physical scientists until recently. The 
turning point occurred a decade ago when 
Mandelbrot published an Impressive collection of 
evidence that nature often prefers fractal geo- 
metry instead. As new examples of fractals are 
being found in almost every branch of science, we 
are confronted with two tasks: (1) to understand 
the natural processes by which fractals are form- 
ed, and (2) to uncover the new physical properties 
resulting from fractal geometry. This lecture 
consists of an introduction to the basic concepts 
of fractal geometry, a brief discussion of modern 
theories of fractal growth « and examples of how 
well-known physical processes are modified, often 
beyond recognition, by the new geometry. 

Research was sponsored by the Division of 
Material Sciences, U.S. Department of Energy 
under contract DE-AC05-84OR21400 with Martin 
Marietta Energy Systems, Inc. 



BE7-C.2 

Fractal Kinetics of Ion Channels 
L. S. Liebovitch! Columbia Univ. NY, 10032 

Currents through individual cell membrane ion 
channels can be resolved by the patch clamp 
technique. The observed sequence of open .and 
closed states provides information on the kinetics of 
the changes in conformation occurring in a single 
molecule. We found that the statistics of this 
open ^closed switching is self-similar when viewed 
at different time scales. That is, the effective kinetic 
rate constant kgn measured at time scale teff has the 
form keff = Ateff"*'^ where A is the kinetic setpoint and 
D the fractal dimension. Such kinetics are predicted 
by a model where there are many conformational 
states of the channel with approximately the same 
energy minimum and where the activation energy 
barriers between these substates are characteristic 
of a slightly non-linear oscillator. Processes at 
different time scales are linked because the same 
underlying physical mechanism produces both the 
small energy barriers {of the fast processes) and the 
large energy barriers {of the slow processes). 

Supported by NIH grant EY6234 and the Wh'itaker Foundation. 



BE7-C3 

BIFURCATIONS IN A HODEL OF THE PROPAGATING 
CARDIAC ACTION POTENTIAL* M.R. Guevara* 
Department of Physiology, McGill University, 
Montreal, Quebec, Canada H3G 1Y6 



An ionic model of a strand of cardiac 
muscle is investigated. The strand is assumed 
to obey the one-dimensional cable equation, 
which is numerically integrated. The proximal 
end of the cable is stimulated with a periodic 
train of current pulses. For sufficiently high 
rates of stimulation, block of propagation 
occurs; i.e. not every stimulus produces an 
action potential that traverses the entire 
length of the cable. Various rhythms of block 
such as Wenchebach, reverse Wenchebach, 
alternating Wenchebach, Mobitz II, and alterans 
are seen as the stimulation frequency or some 
other parameter Is changed. We associate the 
appearance of a new rhythm as a parameter is 
changed with a bifurcation. Each rhythm in 
time is associated with a specific structure in 
space, leading to the concept of a 
spatiotemporal pattern. 

Supported by grants from the MRC and 
HSERC. 



BE7-D,1 

Nonlinear Dynamics and Percolation Processes in Cardiac 
Arrfiythmias, Bo EJI. Saxberg, Daniel T. Kaplan, Joseph M. 
Smith, and Richard J. Cohen*, Harvaro-tviiT Division of 
Health Sciences and Technology, Cambridge, MA. 

We have shown that finite element models of cardiac 
conduction processes can account for a wide range of 
disturbances of cardiac conduction processes including 
reentrant tachycardia and fibrillation. 

We have found that sparial inhomogeneity in local 
electrical properties of the myocaidium as well as the nature of 
the dynamical behavior of the local elements can play 
important roles in determining the electrical stability of the 
system. We have applied concepts from percolation theory 
and nonlinear dynamics to characterize the behavior of this 
system and to develop new techniques of identifying latent 
electrical instability of the heart. Some of these techniques 
have been successfully applied experimentally and clinically. 
For example, we have identified subtle electrical alternanSt an 
ABAB type pattern of variation in QRS and T wave 
morphology of the surface ECG, to be a quantitative indicator 
of enhanced susceptibility to fibrillation in simulations, animal 
studies and human studies. Electrical alternans represents a 
period doubling behavior in this system. We are addressing 
the question of whether higher order periodicities regularly 
occur and whether fibrillation can be characterized as a *chaodc 
behavior' in the framework of the theory of nonlinear 
dynamics. 
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FRACTAL NETWORKS AS THE BASIS FOR 
HEJEROGENEnr OF MYOCARDIAL BLOOD FLOW 
J.B. BassingihwaighteT J.H.G.M. van Beek, and R.B.King, 
University of Washington, Seattle, WA, 98195, 
and Vrije Universileit, The Netherlands, 
Local myocardial blood flows range over six-fold in the nor- 
maily functioning heart in anesthetlicd sheep and rabbits and in 
awake baboons. Flow distributions have relative dispersions 
(RD = SD/mean) that closely follow a fractal relationship with 
respca to voxel size, the mass, m, of the pieces into which the 
heart is divided: 

RD(in) = RD(mo)-(m/mo)>-^ 

where the fractal dimension D is about 1.14, and rri^ is a 
chosen reference voxel mass. The regression coefficients were 
0.99 in sheep and baboons, and 0.98 in rabbits. The values of 
RD{mo) varied considerably from animal to animal; in the 
awake baboons the range was 0.15 to 0.30. The shapes of the 
disiribuUons were relatively stable over time. A usefiil expla- 
nation is provided by a fractal recursive branching of the 
arterial tree. Purely deterministic dichotomous branching with 
specific asymmetry at the branch points can fit the data. So 
does symmetrical branching with Gaussian variation in 
daughter radii. Neither recursion reduces to the equation 
above. Two dimensional fractals appear the most suitable. 

Supported by NIH grants HL19139 and HL38736. 



BE7-D.3 

Fractal models of vascular beds with 
and without anastomoses. J. LefdvreM 
Louvain University, Brussels, Belgium. 



Fractal models may be used to study 
blood flow in vascular beds with a func- 
tionally required uniform perfusion . 
Three steps are necessary : to find an 
approximate topology , to model spatial 
constraints and dimensions of vessels, 
to choose flow equations and implement 
computations . We introduce here topo- 
logical approximations of large - beds 
based on minsquare error between 
Horsfield countings m the model and in 
real samples . The method, based on an 
ang logene t ic s imp 1 e mode 1 , reproduce s 
structural aspects ( proximal topology, 
number of terminals , distribution of 
average lengths ) and results m very 
simple computation for blood flows . 
Anastomoses may be introduced and their 
effect evaluated on very large scale 
models. The quality of the approximation 
IS assessed by HonteCarlo simulations 
and may be increased by constructing 
higher order approximating beds . 
Examples discussed are pial and 
pulmonary beds. 



BE7-E.1 

Parameter Estimation in a Model of the Electrical 
Activity of a Single A-V Nodal Pacemaker Cell, 
CJt. Murphey^ J.W. Clark Jr., W.R. Giles^ and 
G.V. Naccarelli^ Rice Univ., Houston TX 
77251-1892 ^Univ. of Calgary Medical School, 
Calgary, Alberta, Canada T2N 4N1, *Univ. of 
Texas Medical Center, Houston, TX 77225 
In the past decade suction-pipette whole cell voltage clamp 
techniques have been used quite successfully to obtain 
electrophysiological data from single, isolated cardiac cells 
of practically any type in the mammalian heart. In this 
study we successfully apply a nonlinear least-squares 
parameter estimation technique to a model of the A-V 
nodal pacemaker cell and action potential data frojr single, 
isolated A-V nodal myocytes. The model is base on vol- 
tage clamp data reported from a variety of sources in the 
literature. It characterizes the transmembrane ionic 
currents, the membrane Na^lK'^ pump, the Na^^-Ca^^ 
exchanger, changes in compartmental concentrations of 
Na^, ^+ and Ca^"**, intracellular buffering of Ca^^ and 
uptake and release of intracellular Ca'^^ by the sarco- 
plasmic reticulum. The estimation technique has been used 
to determine a number of key physiologic parametei*s asso- 
ciated with this mathematical model, and is capable of pro- 
viding a close model-generated fit to action potential data. 
In addition, parameter sensitivity analysis is used to deter- 
mine the influence of changes in important model parame- 
ters on the action potential waveform. 



BE7-E.2 

CHAOTIC BEHAVIOR IN TOAD VENTRICLE. GV 
Savino, DL Gonzalez and L Romanelii, 
Bioinsenieria, Universidad Nacional de 
Tucum^ and Centro Ars Estud Kadiocom 
Compatib Electromasnfetica (CAERCE), cc 28 
sue 2, 4000 Tucum^, Arsentina. 
Max E. Valentinuzzi* 

We recorded monophasic action 
potentials with small suction electrodes 
from toad ventricles ( Buf o arenarum ) 
which were paced by pulses of slowly 
increasing frequency. Resulting: time 
series, attractor reconstruction and 
spectral analysis gave a transition to 
disordered behavior which is compatible 
with Feigenbaum scenario (Physics Today, 
Dec 83, p 46). Subharmonic components 
(f/2, f/4) was systematically detected in 
the power spectra. The disordered 
solutions yielded a continuous spectrum 
which allowed their characterization. It 
has been conjectured that Feigenbaum's 
route can be a precursor of fibrillation 
in the mammalian heart. In such case, 
generalized ischemia due to fail in blood 
pressure appears as an additional 
complication. Quf o arenarum does not h^^ve 
a coronary system; thus, this 
complication is minimized. Conclusior,: 
Cardiac syncitium presents a chaotic 
behavior when driven at increasing rates. 
CONICET ar\d CIUNT grants. 
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BE7-E.3 

3-D Sittulatlon Model for the Electrical 
Activity Characteristics in the Ischenic 
Hearty E« Barta and S. Sideman*, 
Technion- Israel Institute of Technology, 
Haifa y 32000, Israel. 

A macro-global level approach is utilized to 
simulate the electrical activation process in the 
ischemic left ventricle (LV). The propagation 
pathway is chosen so as to minimize the time of 
activation, subject to the following simplifying 
constraints: I) Only 3 orthogonal directions of 
propagation are permitted, 2) the geometry is an 
ellipsoidal one, and 3) the activation potential 
signal is a rectangle function with 2 possible on 
and off values* The proposed model results in 
instantaneous activation maps throughout the 
myocardium in sequential heart beat cycles. The 
relatively short computing time, typical to this 
model, enables to investigate the formation and 
development of electro-pathological phenomena , the 
dependence of the activation characteristics on 
the geometry of the ischemic region, the effect 
characteristic signal propagation speeds, the 
refractory periods, the rate of "shooting" of the 
pacing cells and the rate of "shooting" and the 
location of tUe ectopic points. Thus, once the 
proper physiological conditions are defined, this 
model may eventually serve to evaluate the effects 
of various drugs on specific parameters involved 
in cardiac performance. 



BE7-E.4 

The Simulation of the Cardiac 
Excitation Propagation for 
the Analysis of Arrhythmias 
K.Mitsui* N.Shibata, Y.Fukui, 
System Engineering, 
Tokyo Denki University, 
Saitama, 350-03 Japan 

A new simulation model of the ventricular t^xcita- 
tion propagation was established, which enables 
the analysis of the mechanism of the cardiac 
arrhythmias. The ventricular model consists of 
361 cell units, formed as two dimensional 19 x 
19 cells. Each cell unit has three phases of the 
activation cycles represented by depolarized, 
refractory, and non-ref ractoiry periods. The simula- 
tion analysis is for the case that the strong 
electrical energy is introduced for the induction 
of arrhythmias. 

As a simulation results, re-entrant pattern of 
the cardiac conduction propagation was observed, 
when refractoriness was prolonged in a specific 
area of the model, and the specific timing of 
the coupling interval of the shock was used. 
This results was compatible with the experimental 
results previously. 



BE7-E.5 

Forward problem sinulation of 
Electrocardiographic body surface 
potential nap using individualized 
torso-heart models t K^Kamiya* f 
K *Sakakura 9 A^Iwata^ N ^Suzumura^ 
K.OhtBf T.GotOf h\Douniwaf K.Iwao 
and N.Okajimaf llagoya Inst^ of 
Tech^f l^agoya 9 4669 Japan 

In order to interpret the variation 
of body surface potential map depending 
upon configuration of the torso and 
heart, a forward calculation system by 
the finite element method using the 
torso-heart model so built as to fit to 
each individual was developed. 
Electromotive force moments of the 
ventricles v/ere expressed by multiple 
^ipoles. The torso v;as divided into 
about 5,000 tetrahedron elements with 
intention to give smaller element size 
to the regions v;ith higher current 
density. Such heart-tcrso models were 
built for five individuals with 
different body figures in height and 
weight. Body surface potentials were 
calculated using these models, bringing 
about body surface maps v;hich v;ere 
different from each other but matched 
fairly well to the actual map obtained 
with respective individual. 



BE7-E.6 

On the Resolution Power of the Inverse 
ECG Solution Method, T. Furukawa*, T. 
Aoki and S. Kara, Institute of Medical 
Electronics, Faculty of Medicine, 
University of Tokyo, 7-3-1 Kongo, 
Bunkyo-ku, Tokyo 11 3| Japan. 

As an easily understandable example of the 
application of inverse solution in clinical 
diagnosis, a method to estimate the epicardial 
potential distribution through an inverse 
solution process using the source data obtained 
from body surface potential measurements is 
presented. The inverse solution is based on the 
boundary element method. 

The resolution power of this method was 
carefully investigated with animal experiments 
in which two foci of myocardial injury were made 
on the ventricular anterior wall using a 
specially designed freezing device, and the 
results of the inverse solution were compared to 
those actually measured. The resolution power 
was estimated to be 3»5 in the animal 
experiments; however, it was higher in the 
computer simulations (2 cm). 

In another experiment, the freezing injury 
was made on the endocardial myocardium. In this 
experiment, the resolution power was much lower 
due to the masking effect of the myocardium. 
However, in all cases, the centers of the foci 
were exactly estimated. 
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Measureaent and Modeling of Virtual Cathode Effects 
in Cardiac Muscle, J.p, Wikswo, Jr.*, J. P. Barach, 
W.A. Alteraeier, and D.M. Roden, Vanderbilt 
University, Nashville, TN 37235 USA 
When cardiac tissue is stimulated with a small 
cathodal electrode, an activation wavefront propa- 
gates away from the stimulus site. At threshold, 
the size of the region initially depolarized by the 
stimulus is a minimum and is known as the liminal 
length. As the stimulus strength is increased, the 
initially-depolarized region enlarges. Since 
propagation begins at the edge of this region, 
rather than at the electrode, this region is termed 
the virtual cathode (VC). Measurements of the 
arrival time of the wavefront at multiple elec- 
trodes can be used both to determine the conduction 
velocity and to estimate the size of the VC. A 10 
mA, 0.5 ms stimulus pulse applied to a 250 ym 
epicardial electrode will produce a VC ranging from 
2 to 4 mm, depending upon fiber direction and 
tissue excitability. We have used a two-dimen- 
sional electrode array on the in vivo canine heart 
to study the virtual cathode effect and to 
determine how activation propagates away from the 
virtual cathode. Certain features of the data can 
be explained using a one-dimensional, non-linear, 
core conductor model for cardiac propagation, while 
other features appear to require a two- or three- 
dimensional anisotropic bidomain model. The 
existence of the virtual cathode effect may have 
significance in cardiac pacing, cardiac defibrilla- 
tion, and the stability of reentrant arrhythmias. 



EE7-F,2 

Simulation of the effects of myocardial 
anisotropy on electrocardiographic potentials, 
R.M. Gulrajani* and M. Lorange, Institute of 
Biomedical Engineering, University of 
Montreal, Montreal, Canada. 

A heart model that incorporates myocardial 
anisotropy with a reduced conductivity in the 
endocard i um-to-epicardi um di recti on i s 
described. The effects of this anisotropy on 
the resultant dipoles of the model, and on the 
subsequently-computed vectorcardiogram, 
electrocardiogram and body surface potential 
map are considered. The heart dipoles are 
oriented oblique to the outwardly-propagating 
excitation fronts, with a consequent narrowing 
of the simulated vectorcardiograph! c loops. 
During late depol arization, when the 
excitation fronts are partially tangential to 
the intraventricular blood masses, the oblique 
dipoles are even more so. Introduction of 
these high-conductivity blood masses results 
in Brody-effect decreases in the second peak 
of the scalar vectorcardiogram, and in 
diminished S waves in the electrocardiogram, 
as has been experimentally observed. Finally, 
the simulated body surface potential maps 
support, on a qual itative basis, the 
hypothesis of a partial cancellation of 
myocardial anisotropy and intraventricular 
blood mass effects on surface potentials. 



BE7-F.3 

STATISTICAL DERIVATION OF AIMED ELECTRO- 
CARDIOGRAPHIC LEADS, Gy. Kozmann! R.L. Lux and 
L.S. Green, Cardiovascular Research and Training 
Institute, University of Utah, Salt Lake City, UT 84112 

A statistical method is suggested to derive "aimed 
leads" (AL) -linear combinations of unipolar leads- 
which respond to cardiac sources in localized regions 
of the heart, while suppressing the contributions of 
other regions. Body surface potential distributions 
(BSPD) of a representative group of normal (NOR) 
subjects arid that of the patients with localized 
myocardial infarction (MI) were used. The AL 
derivation is based on the determination of that linear 
combination of the BSPDs which maximize the 
separation between the NOR and the MI group 
considered according to a mean square criterion. By 
systematically comparing the NOR group with MI 
groups of different location, ALs can be derived for 
anatomical regions of the myocardium. The same 
learning sets allow the estimation of Bayes-type 
decision schemes to give regional information about 
the strength of electric sources. The examples 
presented were computed by the use of 40 each NOR 
and anterior and inferior MI patients. The 
computations were carried out in the Karhunen-Loeve 
domain representation of BSPDs and the results were 
transformed back into the measurement domain. 
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BE7-F.4 

Reliable Detection of Myocardial Ischemia by Modi- 
fied ST/HR-analysis, H. Sievanen*, L. Karhumakit, L 
Vuori*, J. Malmivuo, Biomedical Engineering Labo- 
ratory, Tampere University of Technology, SF-33101, 
Tampere, Finland, ^Kanta-Hame Central Hospital, 
Hameenlinna, Finland, *UKK Institute for Health Pro- 
motion Research, Tampere, Finland. 

The maximum ST/HR-slope analysis has been shown 
to improve the reliability of the exercise ECG in de- 
tection of the coronary artery disease (CAD). However 
the statistically significant slope is not always calcula- 
ble, which limits the clinical applicability of the test. 
A supplementary slope based on the two last measured 
ST-segment levels is comparable to the statistically sig- 
nificcint slope as an accurate indicator of CAD. 
As for the ECG leads required for optimal ST/HR- 
analysis chest leads Vi and F5 are the most sensitive 
to detect the ischeiuic response regardless of the site 
of the perfusion defect. Furthermore, to provide 
an all-inclusive detection of CAD leads II and aVL 
are incorporated to the analysis. This lead system 
quarcintees the appearance of the indicative slope 
(>1.3/iV/bpm) practically in all ischenaic cases. The 
performance of our method in detecting the underlying 
ischemia was 97.5% within our patient material (40 
patients with various Mis). 
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BE7-F.5 

Simulation of electrocardiogram (EKG) 
by a finite stat© automat. F. Pr ieto* 
Universidad Autonoma Hetropol i tana 
Iztapalapa. 09340, Hexicoi B.F. 

A computer prosram is used to simulate 
^he genesis of the EKG by means of un 
anrcy of cells each of which can be in 
one ov three possible electrical stateSf 
i.e. resting, active or refractory, and 
change state according to certain rules 
(order of change, conduction of action 
potential) and parameters (duration of 
each state) . The shape of the array and 
the number of cells in it can be 
designed by the user, arrays may be 
stored in or read from disk. Most 
parameters are assigned according to 
cell location but may be changed if the 
user so wishes. Three frontal plane EKG 
leads may be chosen for display. A 
dipole is formed wherever a cell in the 
"active" state ^s an immediate neighbour 
of a cell in some other state. Each 
individual dipole contributes to the 
potential at each "electroUe" according 
to the "square of the distance** rule and 
simple addition of effects. Interesting 
experiments and demonstrations are made 
po^ible by run time parameter changes. 



BE7-F.6 

Enhanced Methods for ECG Signal Averaging Applied 
to Detection of Ventricular Late Potentials. R. Jan6*, P. 
Caminal***, JJ^. Dommguez****. •Institut de Qbem^ca, Diagonal 
647, 08028 Barcelona, Spain. *'*'Hospital Sta. Creu i S. Pau. 

The purpose of this study is to obtain the ventricular 
late activity from the surface ECG. Signal averaging of 
the High Amplification ECG is the technique used to 
recover these micropotentials. In this work, the signal is 
measured by means of a two-channel electrocardiographic 
system: a low-gain amplifier for the reference ECG 
acquisition and an isolated low-noise high-gain amplifier 
for the late potentials obtention. The selected leads 
are a standard bipolar limb.lead for reference^ and a 
special bipolar precordial lead for a high amplification. 
The detection of the small high-frequency potentials 
after the QRS complex is limited by inaccuracy in the 
beat synchronization. Recently, some papers have been 
published about the incidence of the afignment errors in 
signal averaging. Probably, the low prognostic accuracy 
reported is due to these technical problems. In order 
to obtain useful results several synchronisrn methods 
have been used in the present work, including double 
level estimation and matched filter estimation. Results 
obtained by signal averaging of the ECG frorn patients 
with distinct cardiac disease (myocardial infarction, 
ventricular tachycardia) are presented. A comparative 
analysis of the different temporal .alignment methods has 
been performed. The incidence of tne bipolar precordial 
lea(i position and the selected bandwidth has also been 
evaluated. 



BE7-G.1 

Identification ofMultiparametric Signals 
in Time Domain, C. Druzgalski,* 
California State University,Long Beach, 
Ca..90840,USA 

Characteristic patterns of respiratory airflow and correspond- 
ing respiratory sounds with their peculiar spectral composi- 
tion reflect conditions of pulmonary ventilation. These 
combined signals are used to develop partly linear regression 
models. Specifically, synthesized models, ACF and PACF 
patterns and their relations with frequenQr analysis as well as 
dynamic interrelationships between time series provide im- 
proved analysis of acousti<;al signals and their correlation with 
underlying patterns of r^ spiiitory airflow. In particular, the 
implementation of these cotcepts of computerized rather 
than visual model determination on a PCbased system enhan- 
ces on-line analysis of these signals. 

In order to accomplish this time domain characterization of 
signals, an analysis based upon the classification of the 
ARIMA (p,d,q) models which specify autoregressive and 
moving average factors with a corresponding degree of 
stationarity is conducted. Obtained patterns of autocorrela- 
tion functions (ACF), and partial autocorrelation functions 
(PACF) are auto matically compared with the theoretical pat- 
terns of these functions. Spectral signatures and correspond- 
ing ARINdLA. models provide supplementary characterization 
of various conditions of ventilation. 



BE7-G.2 

A Parametric Approach for the Analysis of 
Membrane Current Fluctuations, K, Yana^, 
Hosei University, Koganei City, Tokyo 184 Japan, 
H. Ml no, Juntendo University, Hongo, Tokyo 113 
Japan. 

Membrane current fluctuations have been analyzed 
to reveal the kinetic properties of single ion 
channels at biological membranes. The power 
spectrum pattern is associated with kinetic 
properties of the single ion channel. Therefore, 
the accurate estimation of the power spectrum has 
been a crucial task in the analysis. Discrete 
Fourier Transform (OFT) method has been 
conventionally used for the estimation. However, 
the parametric method would be more efficient when 
parametric auto regressive (AR) or auto regressive 
moving avarage (ARMA) models are to be held for 
the phenomena. We would like to note that the 
membrane current fluctuations could be modeled as 
(n-l,n-2) ARMA model, where 'n* is the number of 
kinetic states of the single ion channel. Since 
ARMA parameters are explicitly associated with 
kinetic properties, we could estimate them by the 
ARMA parameters. Computer simulation revealed the 
parametric method requires le-^s than 25% record 
length to achieve the same estimation accuracy 
with the conventional DFT method. The proposed 
method would be an alternative method for the 
analysis of membrane current fluctuations. 
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BE7-6.3 

An Adaptive Mechanism for the Regulation of Blood 
Glucose, E.A. Woodruff* and R.B. Northrop, 
University of Connecticut, Storrs, Connecticut, 

The purpose of this research is the closed-loop 
regulation of the blood glucose concentration 
,(BGC) in a Type-1 diabetic when sparse measure- 
ments of the BGC are available. A model refer- 
ence technique is implemented to provide an 
estimate of the BGC, Whenever a BGC measurement 
is not available the BGC estimate is used in the 
controller realization. 

After developing the model reference off-line, 
a computer simulation is realized for the closed- 
loop regulation of the BGC in a Type-1 diabetic. 
An on-line parameter estimation scheme is imple- 
mented to update the parameters of the model ref- 
erence during the closed-loop simulation. These 
parameter estimates can be used to adjust some of 
the controller parameters to enhance the robust- 
ness of the controller. 

Since a linear model reference was evolved off- 
line from a complex, nonlinaar glucose-insulin 
plant, a Kalman filter is utilized as the on-line 
parameter estimation scheme to update the para- 
meters of the model reference. The Kalman filter 
is used, since this method is excellent in 
dealing with the transient properties of the 
parameters when there is a short data record. In 
addition, UD factorization algorithms are imple- 
mented to ensure that the covariance matrix 
remains positive semi-definite during closed-loop 
operation. 



BE7-6.4 

Fast Aleorithra of Prony»s Method and 
Application to Physiological /-/stem 
Analysis, Wang, K. Xu, Yang*, 
Tsinrhua University, Seijing, i-RC. 

From physiological point of view, it is 
often an adequate assumption that many bio- 
medical signals are composed of complex ex- 
ponentials with various time delay. Prony»s 
method can be used for the decomposition. 
The problem is that the conventional algo- 
rithms are noise sensitive and time consum- 
ing. A method based on an extension of DFT 
is proposed. It operates much faster than 
the conventional methods and performs fair- 
ly well with respect to noise. Applications 
to compartment analysis and to evoked po- 
tential and Doppler blood flow signal ana- 
lysis will be presented. 



BE7-G.5 

COMPARTMENT MODEL ANALYSIS OF CREATINE KINETICS 
IN MAN. 

H. Thlerens(l)*, J. Delanghe(2), J. Seunt jens (1) , 
M. De Buyzere(2) and 0. Segaert(l), Phys. Lab. (1) 
Clin. Chem. Lab. (2), Faculty o: Medecine, 
Rijksuniversiteit Gent, Ghenn, Belgium. 

Important transient rises in serum and urine crea- 
tine concentrations are observed after myocardial 
infarction and damage to skeletal muscle. As crea- 
tine is released by the damaged cells within a 
few hours following injury, enhanced levels in 
serum and urine are indications for an early alag- 
nosls of a myocardial infarction in patients. 
A compartment model is developed to describe the 
creatine concentration in serum and urine as a 
function of time following an infarction or muscle 
Injury. In the model the damaged tissue, the 
plasma pool, the skeletlcal muscle tissue and the 
liver are considered as different compartments. 
The values of the parameters describing the kine- 
tics between these compartments are derived from 
basic data on the creatine metabolism. The crea- 
tine concentrations in serum and urine are obtai- 
ned by numerical integration of the differential 
equations resulting from the model using the 
Runge-Kutta approximation method. 
Effects of variation in total amount liberated by 
the injury, sex, age (renal clearance size) and 
body weight are investigated. The results of the 
simulation are compared with clinical data. 



EE7-G.6 

The Analysis Of MultlexponentfaJ Curves 
By PadS Approximants And Size 
Identif lability Of Cmpartmental Models 
Z. Bajzer, A. Myers and F.G. Prendergast, 
Dept. of Biochemistry and Molecular 
Biology, Mayo Foundation, Rochester, 
Minnesota 55905 

A common problem in mathematical modeling of 
dynamical biological systems is the analysis 
of curves described by multiexponential func- 
tions. The method based on Laplace transform 
and Pad§ approximants [Nature, 326(1987)169] 
offers the possibility to detect the number 
of components in multiexponential curves, as 
v/el 1 as their parameters. We present two 
generalizations of this method: when the 
curve is the convolutic.i of muUieyponential 
function and experimentally known irstrumen- 
tal impulse response function; 11) when the 
signal is not time dependent but Is given as 
Fourier transform in the frequency domain. 
Examples are provided by the analysis of 
tryptophan fluorescence In proteins. 
The Pad§-Lapl ace method 1 s di scussed as a 
tool for determining number of compart- 
ments in compartmenta models. In addition 
to formal developments, we perform simulation 
studies, especially with respect to the effi- 
ciency of the method when the noise level In 
output functions is varied. 
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BE7-H.1 

Vowel Recognition using an Auditory Model, 
T.S.Yoont^ J.H.Lee, S.H.Park, Yonsei Univ., 
S.H.Beack, Myongji Univ., Seoul, Korea. 

The characteristics of human peripheral auditory 
system are applied to Korean vowel recognition. 
The model of auditory system consists of three 
parts ; the band pass filter bank with delay 
tabs, which represents the resonance of basilar 
membrane, the interaction part between filter 
bank and the cochlear fluid, and mechanical- 
neural transduction of hair cell part. The output 
of this model takes the shape of auditory nerve 
firing probability as a function cf time. The 
firing pattern of each nerve is synchronized to 
the input signal and only the frequency compo- 
nents corresponding to CF are intensified. Con- 
sequently, the amplitudes of formant frequencies 
are manifested in running spectra, which arrange 
nerve firing pattern as their CP's, In addition, 
pitch of the vowel can be estimated from the ma- 
xima of low CP's firing patterns. Therefore, the 
output of the model represents the major feature 
of the vowel. Speaker-independent recognition 
test using these features shows the accuracy of 
96 % for closed, and 96.47 % for open test. 



BE7-H.2 

Beat-by-Beat Analysis of Cardiovascular 
Control with Multivariate Autoregressive 
Modeling , S . Kal li , V . Tur j anmaa . 

S . Ma j ahalme , M . Syd^nmaa , V . -M . Haggman , 
Technical Research Centre of Finland and 
Tampare University Central Hospital. 
Tampere, Finland 

.Spontaneous oscillations and fluctuations 
occur in blood pressure and heart rate 
are related to the cardiovascular 
control . This paper proposes to studv 
them with multivariate auuoregressive 
modeling technique, which describes each 
signal as a linear combination of the 
past values of its own and the other 
signals. The model is used to determine 
the interaction between the variables. 
The method was applied to the analysis of 
blood pressure and heart rate inter- 
actions in normotensive and borderline 
hypertensive subjects in supine and 
standing positions. The interaction 
increased significantly in standing 
position in buth subject groups, but no 
significant difference could be founa 
between the groups. 

The methoo proved to be a feasible wav in 
studying complicated interactions oetween 
heart rate and blood pressure. 



BE7-H.3 

Analysis of Feedback Systems in the Body 
with Use of Autoregressive Modelling. 
Takao Wada* Kidney Center, School of 
Medicine, Keio University, Tokyo, Japan 

Autoregressive modelling has been applied for 
feedback regulation of various mechanical systems. 
Recently, we demonstrated the usefulness of 
Akaike*s approach of autoregressive modelling foi 
analyzing immunologic systems in the body, in the 
present study, I tried to confirm its usefulness 
for analyzing other systems, such as endocrine- 
logic and metabolic systems. 

Time series studies were done on 6 albino rabbits 
with or without administration of angiotensin 
converting enzyme inhibitors. Although the law 
blood chemistry dala showed seemingly bizarre 
f luctuationsy the analysis with Akaike*s method 
enabled to describe the impulse response curve 
proper to each system under study. Also, Akaike*s 
relative power contribution, which was calculated 
from the matrix of autoregressive coefficients and 
the covariance matrix of the white noise term, was 
found helpful to disclose the cause-and-ef feet 
relationship between the variables composing the 
system. Thus the analytical results clearly 
demonstrated that the well known discrepancy 
between the in vivo effects and in vitro effects 
of angiotensin converting enzyme inhibitors is due 
to the existence of multiple feedback pathways in 
the body. 



BE7-H.4 

Simulation using SPICF^ of an Enzyme 
System which captures Energy from an 
Oscillating Electric Field . D, C. 
Mikulecky, Department of Physiology and 
Biomedical Engineering Program, Medical 
College of Virginia Common wealth 
University, Richmond, VA 23298-0551. 

Austumian et al. ( P.N.A.S. 84 :434-438. 1987) have 
introduced a model for an enz3rme system which 
captures energy from an oscillating electric 
field. The energy from the field drives the 
reaction in the direction of ATP synthesis. 
Using the circuit simulation program SPICE2 as a 
general-purpose simulator, the system is easily 
simulated. Furthermore, a D.C. transfer curve 
can be generated by SPICE2 which clearly 
demonstrates that all the steady states available 
to the system result in ATP breakdown. ATP 
synthesis occurs only when the system is forced 
to oscillate. SPICE2 is also used to generate 
the frequency dependence of certain aspects of 
the system. The use of SPICE2 as a general- 
purpose simulator will be dibcussed. Also, the 
modeling of chemical reactions in membranes which 
depend on electric -fields across the membranes 
will be explained. (Invited presentation). 
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BE7-H,5 

Characterization of Nonlinear Biological 
Systems by Wiener and Volterra Kernels y 
Naohlro Ishll*» Katsuml Yo shine > Halwan Chen, 
Nagoya Institute of Technology, Showa-ku, 
Nagoya A66, Japan* 

Many nonlinear characteristics are found in the 
biological systems. More often, nonlinear biolog- 
ical systems are avairable only as "black boxes". 
Then we can only obtain information about systems 
inner structure by the relation between systems 
input and output. By using the input and output, 
we characterize the nonlinear structure of the 
biological systems by applying the Wiener's G- 
functional expansion and Volterra series. In bio- 
logical systems, the linear and nonlinear subsys- 
tems are interconnected in cascade or with feed- 
back. Then, conditions of the nonlinear biologi- 
cal systems are derived » particularly the linear 
and nonlinear subsystems in cascade and with feed- 
back loops, by using the Wiener's and Volterra 's 
kernels words. These conditions are constructed 
as algorithms of characterization of black boxes. 
Then we applied these algorithms to the computer 
simulated black boxes and retinal neurons in the 
visual system, by using input and output measure- 
ments. 



BE8-A.1 

DEVELOPMENTS IN BLOOD OXYGENATION 

Pctcr D. Richardson* 
Division of Engineering and Biology and Medicine 
Brown University, Providence, RI 02912 



Blood oxygenation science, technology and application 
have passed through several stages. The science has focussed 
on understanding the principles of transport in the convectivc 
flow setting of many different geometries, and on *he 
avoidance of excessive protein deposition and thrombus 
formation on surfaces. Mow in curved channels has attracted 
much attention because of increases in transport that are 
possible. The effects of blood pulsation superimposed on a 
steady mean flow over membranes have been investigated in 
many flow passage shapes. Passages which are not flat or 
straight, and which have ridges or curvature instead, give 
improved transport rates. The ideal situation where 
anticoagulation begins at entry into an extracorporeal circuit 
and ends when blood emerges from it has not yet been 
attained. Technology has concentrated on materials, 
especially membranes, and construction methods, and much 
attention has been given to detail in circuits and monitoring 
capabilities. The failure to demonstrate significant clinical 
benefits in the extracorporeal membrane oxygenation trials 
(ECMO) has been followed by questioning of the benefit of 
vigorous respiratory therapy being applied simultaneously. 
Application developments have been centered especially on 
seeking improved concurrent treatment modalities for the 
natural lungs when support during acute respiratory distress 
(ARDS) is provided. There is encouraging progress. 



BE8-A,3 

Augmentation of Detoxification by 
Hemoper fusion, B. Brian*, W. Dorson, 
V. Pizziconi, Arizona State 
University, Tempe, AZ 85287 . 



HE8-A.2 

Blood Purification for Chronic Renal 
Failure, Prakash R. Keshaviah* Ph.D., 
Regional Kidney Disease Program, 
Minneapolis, Minnesota 

Significant developments have taken place in 
blood purification techniques for end state 
renal failure over the last three decades. 
The population on chronic dialysis has grown 
enormously with over 90,000 patients currently 
on dialysis. T.n addition to hemodialysis and 
peritoneal dialysis, therapies such as hemo- 
filtration, hemodiaf iltration and high flux 
dialysis have been developed. These therapies 
have become much more efficient and treatment 
times have decreased from 36 hrs/wk to between 
6 and 9 hrs/wk. Equipment used for blood purifi- 
cation in renal failure has become much more 
sophisticated with incorporation of microprocessor 
technology and other innovations. Quantitative 
modeling approaches such as urea kinetics, heparin 
kinetics and kinetics of vascular refilling are 
being used more extensively. In spite of the 
population on dialysis being older and having 
more co-morbid conditions, significant improve- 
ments in morbidity and mortality have occurred. 
The correction of the anemia of renal failure by 
human erythropoietin along with reductions in 
treatment time and symptoms during dialysis are 
expected to contribute to the improved well-being 
and rehabilitation of the patient with chronic 
renal failure. 



Hemoperfusion is an effective therapy 
for the removal of soluble toxins up to 
the column breakthrough limit. Many of 
the most dangerous substances are 
protein bound and the removal using 
adsorption media, such as coated 
activated carbon (CAC) , is limited by 
the inability of the bound toxin to 
diffuse and adsorb within the adsorbent 
matrix. However, the removal can be 
significantly augmented by the addition 
of a biocompatible unbinding agent 
(solutizer ) proximal to the column 
entrance. The action of the solutizer 
is to increase the unbound fraction of 
toxin available for int raparticie 
diffusion and subsequent adsorption . 
This concept has been proven for 
numerous drugs of abuse, cholesterol, 
and bilirubin. A unique combination of 
a pore diffusion adsorption model and a 
simplified protein binding model is used 
to predict the solutizer and toxin 
dynamics within a CAC column, a priori, 
with parameter estimation from 
simplified experiments. 
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Solute Transport in a Hybrid Bio-Artifictal Pancreas, 
M.R. Pillarella % A.L. Zydney, Department of Chemical 
Engineering, University of Delaware, Newark, Delaware 

Many of the long-term complications associated with 
the current treatment of diabetes by insulin injections 
have been linked to the lack of physiologic glucose and 
insulin control. Recent studies have demonstrated the po- 
tential of the hybrid bio-artificial pancreas in controlling 
blood glucose concentration, but the insulin response to a 
glucose stimulation remains unacceptably slow. 

We have developed a detailed theoretical model for 
solute (glucose and insulin) transport in a hollow fiber 
nicmhraiie bio-artificial pancreas. The model explicitly 
accounts for convective transport arising from Starling 
flow in the device, including the effects of protein and 
red cell polarization on the flow patterns. Also included 
is the reduction in solute JifTusivity in the porous mem- 
brane as well as the enhancement of solute transport in 
the lumen arising from shoar-induced red cell migrations. 

Model predictions agree well with in vitro data taken 
in Amicon hollow fiber cartridges (30,000 MW cutoff). 
Results indicate that increasing convective transport sig- 
nificantly improves the insulin response. The model pro- 
vides a fundamental understanding of the important phe- 
nomena governing solute transport and can thus be used 
in the design of improved clinical devices. 



BE6-B.1 

Renal epithelbl cells grown on permeable membranes as 
a potential ultrafiltration processor, P. AcbischerrT.K. 
Ip, Brown University, Providence, RI 02912, USA 

Dialysis has dramatically changed the prognosis of renal 
failure, yet it remains burdened by considerable morbidity 
because of the non-physiologic manner in which it performs 
some of the most critical renal functions. The combination of 
an ultrafiltration device with exchangers that actively 
transport solutes may lead to a device that could purify blood 
in a more physiologic manner. We arc presently studying the 
transport capacity of the exchangers. Our approach consists 
of growing functional kidney epithelial cells in a tight 
monolayer on permeable membranes. The cell lines 
LLC-PKl. a proximal tubule-like cell and MOCK, a distal 
tubule-like cell, can be grown to confluence on 
nitrocellulose^ cellulose, polyacrylonitrilc and polysulfone 
either in hollow fibers or on flat sheet permeable membranes. 
Attachment factors must be used in order to obtain this 
coverage. Dual label tracer studies reveal that inulin and 
glucose move across all unseeded membranes with similar 
rates in either direction. LLC-PKl cell seeded membranes are 
impermeable to inulin but demonstrate a net apical to 
basolateral glucose flux. Depending on the membrane used 
this glucose flux varies significandy. The effects of 
attachment factors, substrate and cell types on the mass 
transport capacity of the seeded membrane are under study. 
We conclude that renal epithelial cells can control the 
permeability of a membrane to various solutes, thus opening 
the way to the development of a biologically controlled 
ultrafiltradon processor. 



BE8-B.2 

Membranes for glasma Fractionation, 
P.S. Malchesky , M. Zborowski, and Y. Nose, 
Department of Artificial Oirgans, Cleveland 
Clinic Foundation, Cleveland, Ohio 



Advances in the extracorporeal on-line treatment 
of blood for therapeutics have made it an effec- 
tive technique in clinical applications. Further 
development to increase its cost effectiveness and 
simplicity of operation is required. Membrane 
separation technology is ideally suited to meet 
these needs. Membrane fractionation of plasma has 
been studied for the selective removal of macro- 
molecules from plasma. Solute selectivity and 
removal amounts have been shown to be strongly 
related to the choice of the membrane and t\ie 
temperature of operation. Operation in the cold 
(cryof iltration) is particularly effective in the 
removal of solutes forming microaggregates at 
below physiologic temperature such as cryoaggre- 
gatable proteins (as cryoglobulins and immune 
complexes) and very large macromolecules. Opera- 
tion at above physiologic temperature (thermofil- 
tration) is more effective in lipoprotein frac- 
tionation of the low and very low density lipopro- 
teins from the high density lipoproteins. Clini- 
cal studies have shown that these techniques are 
easy to perform and safe to use. In addition, 
expensive plasma replacement products are not 
required making membrane plasma fractionati^-.i a 
preferred alternative to plasma exchange. 



EXTRACORPOREAL IMMUNOADSORPTION 

George Buffaloe* Ph.D, COBE Laboratories, Inc. 
1201 Oak St. 
Lakewood, Colorado 80215-4407 

Extracorporeal itmnunoadsorption (EI) is defined 
as the use of Immoblized immunologic reagents 
for the treatment of blood outside of the body, 
for therapeutic purposes. After many years of 
laboratory and clinical studies, EI is emerging 
as a therapeutic modality that today can be appl- 
ied to a number of disorders. 
Recent advances in fabrication engineering and 
biotechnology are being applied to create new 
systems. There are certain core criteria that 
must be met in the development of EI systems 
which include materials biocompatability, flow/ 
pressure/volume parameters, and circuit design. 
Systems can be designed to treat whole blood, 
plasma, or cellular fractions. 
Because of the highly selective nature of EI, a 
major impediment to the application of this tech- 
ology to treat current medical problems, is lack 
of definition of the etiology of a significant 
number of disorders to which EI might be applied. 
Thus, in the near term, EI will likely play a 
role in the elucidation of disease mechanisms, 
and in the future, EI has the potential of be- 
coming an effective form of therapy. 
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BE8-6.4 

Critical Look at Controlled Studies in 
Plasma Exchange, U. R. Shettigar,* 
Department of Suregery, Building 535, 
University of Utah, Salt Lal<e City, 841 12, 
USA. 

This study makes an attempt to explain poor 
results of controlled trials in plasma exchange 
(PE) and better results of uncontrolled trials 
reported in the literature. This is done by 
looking at different treatment variables, namely: 
frequency and length of treatment, volume and 
type of plasma exchanged, early or late 
institution of PE and suppression of protein 
rebound phenomena. Controlled trials of PE 
have been reported in Chronic Progressive 
Multiple Sclerosis (MS), Rheumatoid Arthritis 
(RA) and Acute Vascular Rejection (AVR). 

Outcome of PE appears to be influenced by the 
above treatment variables. Regarding MS and 
RA, the controlled studies, except one, 
performed only a few PE treatments as 
compared to the longer and more frequent 
uncontrolled studies. Such short studies may 
give erroneous conclusions. 



BE8-C*1 

OOMPtEMENT ACnmTLW m BIGTEVTERIAIS, 
Richard Johnson and Kenneth Burhop. 

Since the pic»>eering v?ork of Craddock et al (New 
Ei^» Med. 2Si&, 769 (1977) inplicated 
cxxrplement activatiai as the prcbable cause of 
granulocytopenia durirg henodialysis, there has 
been a growing awareness of the role of 
cxxrplement in the anadysis of device 
performance. This presentation will review 
studies of corplement activatic«i by various 
materials errplqyed in clinical settings, in 
animal model studies and in 2B vitro 
experiments. Based cai these studies several 
approaches have been identified to fabricate 
materials that display a diminished ca^jacity to 
activate ocarplement. Factors believed to be 
iitportant in this regard include surface 
nuclec^Mlicity and the presence of negatively 
chcu?ged grot^js that influence the binding of C3a 
and C5a anajiiylatoxins. In addition, surface 
chemistries that influence the involvement of 
control proteins (Factors H and I) have been 
found to affect the corplonent activating 
potential of a biomaterial. imalysis of 
materials currently eirplqyed in hemodialysis 
illustrates the importance of Factor H in 
limiting the extent of activation and suggests 
that materials which facilitate involvement of 
this protein will display inproved 
bioconpatibil ity . 



BE8-C.2 

h'ffeota of Flow mite Blood Jell Adhe- 
sion, Aggx*cgation and Avachidonia Acid 
MetabolUm^ L» V» Mclntire*, M. B» 
Lawrence, Bioraedical Engineering Labora- 
tory, Rice University, Houston, Texas, 
77251, USA. 



The effects of flow on the adhesion of leuko- 
cytes to endothelial monolayers and biomaterial 
surfaces was investigated using a parallel plate 
flow chanber. In the wall shear stress range 
seen in venules , the dependence of adh:.sion on 
flow is extremely strong, leading to little ad- 
hesion at wall stresses above A dynes/cm^, even 
on XL-i activated endothelium* 
In addition, using concentric cylinder viscome- 
ter, the effect of stress on leukocyte arachi- 
donic acid metabolism and aggregation was deter- 
mined* There is an important role of platelets 
in determining the metabolites formed by 
stressed leukocytes and the aggregation kinet- 
ics. PMN leukocytes produce mainly 5-HETE when 
scr'^o^ed in purified suspensions, but produce 
leukotriene Bi^ when stressed in the presence of 
platelets* 



^58 



BE8-C.3 

CONTINUOUS MONITORING OF PLATELET ACTIVATION 
REACTIONS IN A CONTROLLED SHEAR FIELD , T, D. 
Giorgio and J^, D, Heliums^ Biomedical Engineering 
Laboratory, Rice University, Houston, TX 77251, 
USA. 

A rotational viscometer has been fitted to per- 
mit monitoring of: (1) light trat mission as an 
indicator of platelet aggregation, (2) light 
emission as an indicator of release, and (3) 
fluorescence to indicate intracellular calcium ion 
concentration* 

Results show that the shear stress intensity 
inflences both the extent of platelet aggregation 
«ind the size distribution o£ the formed aggre- 
gates. 

Intracellular calcium ion concentration 
increases only at moderate and high shear 
stresses. Platelet aggregation which occurs in 
response to low dosages of added ADP and/or low 
intensity shear stress is reversible and is not 
accompanied by a rise in intracellular calcium ion 
concentration. 

Platelet release increases with shear stress* 
Addition of ADP accelerates the release in a 
concentration-dependent way which is also poten- 
tiated by increased shear stress intensity. 
Continuous monitoring of release makes it possible 
to estimate platelet surface concentrations of 
released chemicals. The platelet surface con- 
centrations correlate well with expected rates and 
extents of aggregation. 
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BE8-C.4 

Influence of Surface Chemistry on Biological 
Interactions at Polymeric Interfaces, 
A.S. HoffmanT Center for Biocnginecr ing, FL-20, 
University of Washington, SeatUe, WA 98195 

When polymeric biomaterials arc exposed to a biologic environ- 
ment, it is generally agreed that events begin with adsorption of a 
layer of proteins. The proteins in this layer can be displaced 
and/or biologically, chemically or physio-chemically modified 
during the proceeding seconds to minutes. Thus, the adsorbed 
proteins can change in relative abundance, organization and 
antigenicity. Enzymatic reactions can also occur at the interface. 
It is this protein layer which mediates subsequent cellular interac- 
tions, sucii as the inflammatory response or thrombosis, as well 
as embolization. The surface composition of the polymer sub- 
strate has a significant influence on this sequence of events. 
There have been many different approaches taken to modify the 
surface composition to make it more or less responsive to the 
biologic environment. For example, surfaces have been modified 
by radiation grafting or plasma gas discharge treatments to depo- 
sit new surface compositio.ns, which are sometimes later modified 
by attachment of biologically active agents such as anti- 
thrombogemc agents. Surfaces have also been modified by 
adding smfacc active agents to the polymer, which accumulate at 
the surface during the formation process. Surfaces have also 
been modified by direct chemical modification of the original 
materia). 

In this paper, I will briefly review the influence of such treat- 
ments on biologic interactions, and then I will present our own 
recent results on a rather surprising and exciting effect of surface 
treatment on such interactions. 



BE8-D.1 

DYNAMIC VISUALIZATION OF VELOCITY PROFI- 
LES IN THE ASCENDING AORTA IN HUMANS. 
P.K.?aulsen* J.M.Hasenkam, O.Albrechtsen, 
Department T, Arhus University Hospital, 
8200 Arhus N, Denmark. 

As late valve related complications such 
as thromboembolism and hemolysis are 
thought to be caused by hemodynamic dis- 
turbances, the present paper focused on 
the study of these downstream of normal 
aortic valves (n=8, prior to coronary by- 
pass surgery) and St. Jude Medical (n=4) 
and Starr-Edwards Silastic ball valves 
(n=3) in humans* 

A hot-film anemometer system with a 1 nun 
conical L-shaped needle probe was used 
to register blood velocities at 41 almost 
evenly distributed measuring points in 
the cross sectional area of the ascending 
aorta. Later data analysis using a compu- 
terized drawing technique enabled us to 
make three-dimensional plots of the velo- 
city profile at 100 time intervals during 
one mean heart cycle. By successive pho- 
tography of each plot animated films were 
made* In patients with normal aortic val* 
ves flat but skew profiles were seen with 
a counterclockwise rotation of the skew- 
ness during systole. After insertion of 
the artificial heart valves, t^eir design 
was reflected in the velocity profiles. 



BE8-D.2 

Color Doppler Studies of Normal Mitral Valves 
M. Jones*, E.E. Eidbo and R.E. Clark, National 
Heart, Lung and Blood Institute, Bethesda, MD 

Transepicardial color-encoded Doppler (Aloka BSD- 
880 system) studies were performed upon the native 
mitral valves (MV) of 20 sheep. Heart rates were 
varied between 60-120 and cardiac outputs between 
60-120 ml/min/kg. Studies were performed In real 
time and with electrocardiographic gating at 10 ms 
Intervals. During early diastole, aortic closing 
volumes and forward displacement fronts of blood at 
20-AOcm/s, lasted 10-^0 ms prior to MV opening. At 
the onset of passive left ventricular (LV) filling, 
the MV began to open, blood flow accelerated, be- 
come niildly turbulent with regions of vortex 
shedding behind the MV leaflets. By mid diastole, 
the leaflets were widely open and broad, laminar 
profiles (velocities < 60 cm/s) extended to the LV 
apex; flow occupied 100% of the MV orifice. There- 
after, blood displaced from the LV apex appeared as 
regions of flow reversal along the LV free wall and 
septum producing partial closure of the MV. After 
atrial systole, LV Inflow again accelerated (often 
> 60 cm/s) and the MV again opened. In late dias- 
tole, flow reversals produced by displacement 
caused near closure of the MV prior to the onset of 
LV systole; thus the MV had a minimum closing 
volume, lasting only 10-20 ms. During isovolumic 
systole, the MV leaflets shuddered with turbulent 
velocities adjacent to them. These observations 
may be compared tf^ flow disturbances caused by pros- 
thetic cardiac valves and do have implications re- 
garding future valve designs. 
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In Vivo Measurement of Turbulence 

downstream of Aortic Valves. 

J.M. Hasenkam*, H. Nygaard, J.H. 0stergaard, 

E.M. Pedersen, P.K. Paulsen and B.A. Schurlzek. 

Dept. Thorac. Cardiovasc. Surg. Skejby Sygehus. 

Aarhus Univ. hosp. and Instlt. Experlm. Clin. 

Res. 

Aarhus University. 8000 Aariius, DENMARK. 

Turbuient siiear stresses are considered to cause he- 
molysis, thrombo-embolism and endotheliai damage 
downstream of artificial valves. Quantitative turbuien- 
ce studies in vivo have been made only scarcely. 
Therefore, the numerous in vitro fiuid dynamic studies 
are difficult to compare with the clinical situation. 
We made 33 aortic valve replacements tn pigs and u- 
sed a 1 mm hot-film anemometer probe, inserted 1 
diameter downstream of the valve ring in the ascend- 
ing aorta, for blood velocity measurements in the en- 
tire cross sectional area. Twenty heart cycles were 
recorded succeedingly m each of 41 measuring points. 
The ensemble averaged velocity energies were sub- 
tracted from the instantaneous velocity energies in 
frequency domain for extraction of mean systolic 
turbulence energies, and 3-dlmensional visualization 
of turbulence profiles were made. Maximum Reynolds 
Normal Stress (RNS) was approximately 500 Nm'^ 
downstreani of artificial porcine valves. Mean spati- 
al mean systolic RNS ranged from 20 to 70 Nm"^. 
Difficulties in comparing experimental data from 
different centers and the need for international 
standardization will be discussed. 
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BE8-D.4 

Plow Mapping o£ BiopcQsfthctic and Tilting Disc Heart 
Valves in the HitraL Podtion: Ih Vivo and In Vitro 
Studies^ AJ>. Yoganathan*, M» Jones^ H-W. Sung, EtB. 
Eidbcv S.T. McMillan and Cladc, Geoogia Ihstitube 
of Technology, Atlantsv GA 30332-0100. 

2-D imaging and oolor-encoded Doppler studies were 
performed on 9 types of clinical and preclinical 
bioprosthetic valves and 5 types of ciltjig disc (TD) 
mechanical valves in the mitral position in sheep. The 
TD valves were oriented with the major orifice oo the 
left venbicular ( LV) free wall (FW) or to the LV septum 
(S)» Porcine valves had high velocity (150-200 cm/s), 
turbulent^ non-central, eccentric jets during diastole* 
Areas of flow separation and vortex formation were 
observed beneath the leafleta Pericardial valves had 
broad central, but <^ten asymmetric, velocity jets with 
in-oriflce turbulence which decayed about 2 cm 
downstream* The observations in vivo were comparable 
to those obtained in vitro by laser troppler; TD valves 
had two high veloSy jets (max velocities 1-2 cm/s in 
both orifices). Ih FW & S orientatio 3, vortex shedding 
and entrain ment of adjacent blood produced eddies of 
velcxdty reversal measuring 20-30 cm/s just distal to the 
disc Greaterintraventriciilar turbulence occurred with 
S than with FW c^entation. In S orientation, large 
areas of reverse velocities (25-50 cm/s) directed against 
the minor oriEce inflow occurred along the LV FW in 
mid and late diastole. In contrast, valves in FW 
orientation had velocity profiles which became laminar 
and directed to the LV apex 1-2 cm distal to the disc, 
measuring 50-90 cm/s in mid and late 'iiastoile. 



BE8-D.5 

EFFECT OF PROSTHETIC HEART VALVE 

ORIENTATION; TN VITRO STUDIES 
J.D. Walker, W.M. Phillips*, W.G. Tledcrman 
Purdue University, W. Lafayette, IN 47907 

Influence of tilting disc heart valve orientation on 
flow through a curved-tube aortic model was studied. 
The primary criterion for evaluating performance was 
turbulent shear stress levels. Simultaneous, 2- 
component laser velocimeter measurements were made 
using a mock circulation loop to simulate physiological 
pulsatile flow. A 22 mm diameter glass tube with a 41 
nun radius of curvature modeled the average dimensions 
of the adult aorta. Results at mid-arch showed low 
turbulence levels in early systole and no influence of 
valve orientation. Fluid from the ventricle reached 
mid-arch at mid-systole shoving strong valve 
orientation influence and increased turbulence levels* 
With the major oriflce of l;he valve adjacent to the 
inner curved wall, the peak turbulent shear stress was 
307 dynes/cm^. Rotating the valve 180 degrees, the 
peak turbulent shear stress was a reduced value of 01 
dynes/cm^. At the exit of the curved section, the flow 
♦vas independent of valve orientation and the turbulent 
shear stress levels were an order of magnitude lower. 
These studies show that the major oriflce of tilting disc 
valves should be adjacent to the outer curved wall to 
minimize turbulent shear stress levels. 



BE8-E,1 

Comparative Study of St. Jude and Edwards- 
Duromedics Bileaflet Valves Using Laser Anemometry. 
R. Fatemi* and K.B. Chandran, University of Iowa, 
Iowa City. lA, 52240. 

An In vitro comparative study of St. Jude (SJ) and 
Edwards Duromedlcs(DM) Blleaflet valves of size 
27mm was performed under steady (18 Ipm: 
approximate peak systolic flow rate) and physiological 
pulsatile flow (time averaged flow rate of 6 Ipm) 
conditions in an axl-symmetric chamber using Laser 
Doppler Anemometry (LDA). LDA measurements were 
obtained In two different orientations; one 
perpendicular to the leaflet tilt axis (01) and one 
parallel to the tilt axis (02). The axial and transverse 
velocities as well as turbulent shear stress were 
measured In both orientations at two different locations 
distal to the valves. The velocity profiles at peak systole 
show presence of stronger vortex In 01 orientation In 
the sinus region for flow past SJ valve compared to the 
DM valve. Velocity profile distal to the c>J valve in 
orientation Or was relatively flat where as for the DM 
valve, a jet-like flow was present. This may be due to 
the curved geometry of the leaflets of the DM valve. We 
measured higher magnitudes of maximum turbulent 
shear stress for the DM valve (765 dynes/cm^) 
compared to the SJ valve (675 dynes/cm^). The higher 
turbulent shear stress of the DM valve can be attributed 
to its thicker leaflet, smaller angle of leaflets opening 
and the presence of the leaflet curvature. 



BE8-E.2 

FLUIDDYNAMICS AND FUNCTIONAL PERFORMANCE OF 
BIOPROSTHESES H. Reul*, E. Knott, M. Giersiepen, 
U. Steinseifer, Helmholtz-Institute for Biomedical 
Engineering, Aachen, West Germany 

Since the nu'^ber of different types of Bioprostheses 
is continuously increasing it becomes iDore and more 
difficult for the implanting surgeon to differen- 
tiate the advantages and disadvantages of specific 
valve types. Therefore, it may be of great help for 
the surgeon to have comparative independent test re- 
sults which are obtained under carefully controlled 
conditions and are relevant to the clinical situa- 
tion. 

This paper covers laboratory tasting methods such as 
pressure drops in steady and pulsatile flow, closure 
and Itikage volumes, energy losses and velocity 
field evaluation by means of Laser-Doppler-Anemometry. 
Pressure drop measuremenvS under various steady and 
pulsatile flow conditions serve as a reference for 
similar clinical sitdations. Energy losses and re- 
gurgitant volumes also have an Immediate clinical 
impact since they are a measure for the additional 
work load of the heart. The detailed analysis of 
the downoT/eam velocity fields allows a localization 
of high shear-stress regions, wakes, flow separation 
and wash-out of the valves in context with blood 
damije, platelet activation and potential thron^us 
deposition. Comparative test results for about 15 
different valve makes will be presented and relative 
valve performance will be discussed. 
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BE8-E.3 

NOVEL FLOW VISUALIZATION TO DETECT SITES OF 
THROrmUS GENERATION AT ARTIFICIAL HEART VALVES 
K. Affeld*, P. Walker, K. Schichl, Uni versitatsklin- 
ikMm Rudolf Virchow, Berlin, F.R.G. 

The flow through artificial heartvalves has been 
studied at great length using various methods. LDA 
has especially rendered map.> results. Unfortunately, 
we still do net have a detailed picture of how the 
overall instantaneous flow looks. Although the flow 
has been visualized and photographed, the pictures 
show little details, mainly because of the small 
size of valve and the high velocity of the flow. 
To overcome these obstacles a mock circulation has 
been developed, which generates a flow for a 10 to 1 
enlarged model of a heart valve (Bjork Shi ley). This 
large size and the use of water reduces the velocity 
to 1/35 of a real one. Together with the enlarged 
scale this improves the lighting condition by the 
factor of 350. The flow is kept similar by ensuring 
that the Reynolds-number, the Strouhal -number and a 
third describing the buoyancy of the occluder are 
the same. The flow is made visible with suspended 
particles, injected dye, hydrogen bubbles and parti- 
cles generated directly in the boundary layer. The 
interest is concentrated on flow separation - "stag- 
nant flow" - known to be the preferred sites for 
throHbus generation. These sites are found in the 
wake of the nng and behind the struts. In the real 
valve they are of minute size - about 1 x 2 mm - and 
hardly detectable. In the enlarged model they are 
clearly visible. Their location coinrides with the 
sites of observed thrombi reported by others. 



BE8-E.4 

Effects of End Diastolic Ventricular Volume on the 
Dynamic Performance of Prosthetic Heart Valves, 
M.C.S. Shu and N.H.C. Hwangf Cardiovascular Row 
Dynamics Lab, University of Houston, Houston, TX 
77004 



The dynamic performances of eight clinical prosthetic 
heart valves ^HV) in both mitral and aortic positions are 
studied by using three fixed left ventricular end-diastolic 
volume models (FVM), and a supplemental varied left 
ventricular end-diastolic volume model (VVM). The 
experiment is carried out to observe a relationship 
between the PHV performance and the three fixed left 
ventricular end-diastolic volumes, under otherwise 
identical conditions. The results arc compared to those 
obtained from the VVM. Systematic analysis of the in 
vitro data indicates that changing ventricular end-diastolic 
volumes does exhibit significant increase of pressure 
drops across the valves, alteration of regurgitation 
patterns and decrease of "the effective valve area" 
(EVA). 



BE8-E.5 

The Interaction of Wall Shear Stress and Prosthetic 
Valvular Cusp, S. Einav , D. Stolero, J.M. AvMor, 
D. Elad, and L. Talbot, Tel Aviv University, 
Tel Aviv 69978, ISRAEL, and University of California, 
Berkeley, CA 94720, US.A. 



High levels of wall shear stress on the surface of valvular 
cusps can cause mechanical damages to the blood cells and 
the cusps' surfaces. The shear stresses are also responsible for 
mechanical failure of prosthetic heart valves. Quantitative 
measurements of wall shear stress in the vicinity of the leaf- 
lets is thus esential for diagnosis of suspected complications 
and an important information for design and fabrication of 
bioprosthetic heart valves. For this purpose we measured the 
velocity distribution along the inside wall of the cusps of a 
tri-leaflet heart valve with a two color laser Doppler ane- 
mometer system. The wall shear stresses on the cusp surface 
were computed and found to range from 80 to 120 N/m* 
during the ejection phase. Wall shear stresses of up to 180 
N/m* were measured in loci of cusp flexure and the boun- 
dary layer accelerated. The results of this study show a 
correlation between the high shear stress loci and the clini- 
cally (animal) observed regions of cusp clacification. 



BE8-E.6 

Studies of the Plow Field of Bi- 
leaflet Mechanical Valves with ^ 
Cambered Profile, Zhenhuang Kang, 
Bioengineering Institute, 
Chengdu University of Science & 
Technology, Chengdu, Sichuan, 
China 

Bi-leaflet mechanical valve with cambered 
profile was designed as a new valve type 
based on thin airfoil theory, it is the 
purpose of this design to improve the 
closing behavior of mechanical cardiac 
prostheses so that the impact and regur- 
gitation '"an be reduced. In addition to 
the design ^f above-mentioned valve, in 
order to get some features of the flow 
field and situations of thrombus forma- 
tion, we have conducted experimental 
studies about the wall shear stress and 
the flow field of the valve by using 
electrochemical technique and hydrogen 
bubble technique respectively. Moreover, 
a numerical study by means of PEM was 
also done. Pinally, a quantitative con- 
cept about the flow field was obtained, 
and some useful data for the valve design 
were provided through comparative studies 
for different leaflet cambers and opening 
angles • 
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HEART \aLVE ENGINEERING: STEPS OF QUALITY ASSUR- 
ANCE - J. KOhler, Aeroclynamisches Institut, Aachen, 
West Germany* 

Steps of the development of test standards for ar- 
tificial heart valves (AHV) within a project spon- 
sored by the German Government are described. Pro- 
vided are acceptance tests for new types of valves 
on the one hand, and random tests for already ap- 
proved valve types on the other* 
The following test steps are under work: Develop- 
ment and definition of the medical and technical 
basis for the quality assurance of AHV; development 
and definition of test devices and test procedures; 
comparitive assessment of already marketed valve 
types by present day and new test methods. 
A list of test parameters and test steps has been 
defined in the project wth regard to test devices 
urgently needed (geometrical parameters, flow para- 
meters, deformation- and force-parameters). A num- 
ber of corresponding test devices is under work or 
available as prototypes. 

It can be summarized that quality assurance of 
prosthetic heart valves - new and current types - 
has not yet been sufficiently developed. Not only 
the qualities to be measured but also the proced- 
ures and the test devices have to be defined for 
rational valve testing. The volume loss, the de- 
formability of th3 valve rim and the safelty of the 
valve structure lave to be taken into account more 
deeply in quality assurance of AHV. 



BE8-F.2 

Simple Device For The In VHro Measurement of Regurgitation Ot Prosthetic 
Heart VaJve \n Mitral Position. Long^heng YuT Wi3em J. KoKf, DMslon of 
Artifictal organs, Dumke BuDdtng. Urtfv. of Uta^ Salt Lake CHy, Utah 841 1 2 

Measurement of regurgitation of prosthetic heart vafve is important in 
evaluating the pertbrniances of ail'^icial vafves. The electromagnetic(E-M) 
flowmeters are nrwst conwnonly use. but wfth certain disadvantages. Our 
recently developed device, called eUnfiow Valve Regurgitation Te£ter(BlVRT) 
is simple, cheap and e^ to operate with low error In bacWIow nDeasurement as 
compared to that of E-M flowmeter and without the disadvantages of ^aie-Cne 
shift, and axial asyrnmetry, distuibance of ftowpalh. and the necessiy o* 
computer data processing. The variation In measured results by the B WRT is 
about 2.5%, which is more accurate than that by the E-M flowmeter. By the use 
of BIVRT, comparison of baddkws of disc valve, baH caged valve and trH^aflet 
valve were found to be that the latter is about 1/5 of that of the fonriertwo. 
Further exper&nents showed that the backftow measurements of a disc valve 
by the BIVRT and the E-M flowmeter versus fiSing volume under the same 
conditon were fout J to be that the readings by the fomier nDetfiod Is 20 % 
lower than those by E-M flowmeter. For the comparison of the one-Wtow valve 
mode tes^" wth a single disc valve and the W-lrtfkw valve mode testing- 
with one disc valve and one trfcusp valve, the E-M flowmeter was used fOr 
gcud correiatbn. The results of these two modes were found to be quite ck>se 
to each other. Reasons for the k>wer backftow measurements in the BIVRT 
method as compared with those by the E-M flow meter are due to: l)the 
resistance of the vent tube and its one-way valve; 2) the leakage of the 
addittonal competent valve; 3) the reverse suction of the vent tube during 
diastole for the BIVRT set-up; and 4) measurement error by the E-M ftowmeter. 




BE8-F.3 

QuantifiLcaticn of Mitral Regurgitation jtom Turbulent 
Jet Theacy 

B.G. Cape*, A^P. Yoganatharv E.G. Skoufis^ and 
Levine, Geccgia Institube <^ Technology, Atlanta, OA 
30332-0100 

Due to welt-recognizecl disadvantages of invasive 
diagnostic techniques^ there is great need for a method 
to assess mitral valve incompetence naninvasively. 
Using currently available technology such as ultrasound 
Doppler velocity measurement and Calor Dc^^pler flow 
mapping, attempts have been made to correlate 
regurgitant volume with color jet area, eta We have 
taken a more fundamental approach and derived a 
theoretical model for the flow rate through a 
regurgitant lesion, based on turbulent jet theory. The 
equation expresses the flow rate through the lesion as a 
function of ultrasound Dcpfier measurable parameteri.v 

In order to test the validity of the equation, w.^ 
constructed a cylindrical flow chamber with small 
circular orifices of varying sizea A 2 MHz transducer 
(continuous and pulsed wave) interfaced to a Vingmed 
SD-100 ultrasound Doppler system was placed distal to 
and parallel to the regurgitant jet and the appropriate 
velocities measured at varying flow rates. 

Thirty-six combinations of volumetric flow rate and 
orifice size were tested and the calculated flow rate 
compared to the actual An average deviation of only 
6.0 % was found. The riodel shows high potential as a 
noninvasive method and has the additional advantage of 
being theoretically grounded. 



BE8-F.4 

Flutter in Bi leaflet Cardiac 
VaJve Prosthesp^s, T. H. Reif^ and 
Hed H. C- Hwano. Republic ^-ledical 
Prodiict*"^^ Inc.^ Da/ton, OH, and 
Ca» o 1 o^/ascu 1 c5r Fluid Dviiaa>ic£ 
Ldiboratorv, Hou*5tin* TX 



The rotational form of Newton's second 
i aw of rriot-ion is solved based on the 
d 1 men-^ 1 Oi 1^ o^ a si^e 2"^ mm Cerbomedics 
P»-osthet ic Heart Val ve ^ tm » . The lift 
force and p i fch inq moment art? est i ma ted 
from potential flow theorvi while the 
draa force la estimated from the lift 
I'orce and a blunt Dody emp) r icism. 
Buovaoc/ 'jnd arav'i tationai effects are 
bcssed on the assumD 1 1 on of homoqeneou*^ 
leaflets. Other assumotions include 
uniform fiow. neqliQible friction at 
the? Divot aMisi and a symmetry 
condition. Oscillations are observed in 
the openina dynamics of the order of 
L-IO Hz. The frequency of the observed 
o«-ci 1 lations is, depc^ndent upon the 
orienfation of the gravitational field 
and the flow rate. Thei^e results suaaest 
tha t the natura 1 f reauencv of the 
r D tat 1 ona 1 second order system may 
siQnificanti/ affect the f lutter of 
bi leaflet cardiac valve prostheses. 
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BE8-F.5 

Effect of Flow Rate on the Prediction of 
Effective Valve Orifice Area from Hemo- 
dynamic Measurements, R. Scnoephoerster* 
and K.B. Chandran, University of Iowa, Iowa 
City, Iowa. 

A study was performed to test the prediction 
capabilities of the clinically used Gorlin 
formula as well as the Aaslid and Gabbay 
formulas for the effective orifice area(EOA) of 
prosthetic heart valves. Pressure gradient, 
flow, and valve opening area measurements 
were performed on four 27mm valve 
prostheses(Edwards-Duromedics, St. Jude, 
Edwards-pericardial, and a trileaflet 
polyurethane valve) each mounted in th^^ aortic 
position of an in vitro pulse duplici>:^,. With 
the known valve orifice area, a discharge 
coefficient(Cd} was computed for each of the 
four valves and three EOA formuas. All Cd's 
were observed to increase with increasing 
systolic flow rate(SFR). An empirical 
relationship of Cd as a linear function of CFrt 
was determined through a regression analysis 
for each of the valve geometries which 
improved the accuracy of the prediction of the 
EOA. Further work is needed to test for the 
effects of valve size on the Cd, as well as 
determining Cd's for prosthetic heart valves of 
other geometries. 



BE8-G.1 

MASS TRANSPORT IN PERITONEAL DIALYSIS 
J. M. Woir, M. J. Lysaght, and J. W. Garber, 
Baxter Healthcare Corporation, Round Lake, IL 

Peritoneal dialysis is a olood-Cieansing process widely 
applied for the treatment of patients with end stage renal 
disease. Hypertonic dialysate is periodically infused into 
the peritoneal cavity by gravity through an indwelling 
catheter. Plasma water and solutes v ^'^h would 
normally be cleared by the kidney are transported from 
blood to dialysis solution through a rather complex 
series of resistances including capillary endothelium, 
interstitial tissue, peritoneal membrane and fluid 
boundary layers. Fluids traverse this "membrane" in 
response to osmotic pressure differences; solutes are 
removed by diffusion; both may be retumed to the 
bloodstream via the lymphatic circulation. 

Despite its complexity, the process may be adequately 
described by the anabgy to a simple planar membrane 
separating two well mixed pools. This allows the 
calculation of equivalent transport parameters which 
characterize the system including: hydraulic 
permeability, sieving coefficien . and mass transfer 
coefficients. These transport parameters may be readily 
extrapolated and interpolated so that the behavior of a 
wide variety of solutes may be predicted from a 
relatively si;iall number of experimental measurements. 



Fluid Mechanical and Transport Factors in Slott 
Continuous Renal Replacement Therapies. Thomas 
L. PaHone«> Division Nephrology, Univ. 
Rochester, Roch., NY 

Continuous arteriovenous (AV) hemof i Itration 
(CAVH) and hemodialysis (CAVHD) are important 
modalities foi treatment of hemodynamical ly un- 
stable patients with renal failure. Blood flow 
rate in these circuits is governed by the AV 
pressure gradient* total circuit resistance and 
blood viscosity. Distribution of hydraulic 
pressure is governed by the relative location 
of circuit component resistances. Filtration 
rate by the hemof i 1 ter/dialyzer is governed by 
transmembrane hydraulic and plasma oncotic 
pressures and membrane hydraulic permeability. 
The many variables involved make circuit opti- 
mization difficult. 

To aid proper circuit construction, mathemati- 
cal models have been developed which, given 
patient and circuit characteristics as inputs, 
predict system performance. Assumptions include 
the modelling of components as Poiseuille re- 
sistors and neglect of concentration polariza- 
tion of plasma proteins. Spatial variation of 
blood viscosity considered. Predictions of 
performance agree with results of in vitro per- 
fusion experiments. 



THE EFFECT OF MASS TRANSFER LIMITATIONS ON 
INSULIN SECRETION IN HYBRID ARTIFICIAL 
PANCREAS ^ 

Clark K* Colton/ Keith £♦ Dionne/ and 
Martin L. Yarmush/ Department of Chemical 
Engineering / Massachusetts Insti tute o£ 
Technolgy/ Cambridge, MA 02139 ♦ 

One approach to diabetes therapy is im- 
plantation of xenogeneic islets immunoso- 
lated by interposition of a semipermeable 
membrane between the islets and the blood- 
stream or tissue. Internal vasculariza- 
tion normally present is lost after iso- 
lation/ forcing the islet to depend in- 
stead on external and internal diffusion 
to provide an environment wherein the bet^ju 
cells survive and secrete insulin. Two 
problems are described* (1) The effect of 
glucose and insulin dif f usional imi ta tions 
on observed insulin secretory dynamics. 
Results from mathematical models define 
design conditions required to preserve in- 
trinsic insulin secretion kinetics . (2) 
The effect of p02 on intrinsic rnsulin se- 
cretion. Measurements in perifusion and 
static culture demonstrate markedly re- 
duced second phase secre tion under reduced 
p02 conditions. These results correlate 
with a lower islet core p02/ as predicted 
by a mathematical model/ for glucose-stim- 
ulated as compared to basal conditions. 

^63 
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BE8-G.4 

GLUCOSE AND INSULIN KINETICS IN A BIOARTIFICIAL 
PANCREAS 

M.Y. JAFFf H* UTC, UA CNRS 858 
Dpt de G^nie Biologique, BP 6^19 > 
60206 COMPIEGNE CEDEX, France 

A bloartificial pancreas is an implantable devica 
connected to the diabetic host as an arteriovenous 
shunt. It contains insulin secreting cells 
(Langerhans islets), separated fron the 
circulating blood by a semi-permeabie membrane to 
avoid immuno reject ion. We present here a model 
which describes the operation of such a device 
from a fluid mechanical point of view and evaluate 
the respective contributions of diffusion and 
ultrafiltration to the glucose and insulin mass 
transfer. It is shown that the pressure drop along 
the blood channel produces across the first half 
of the channel an ultrafiltration flux towards the 
islet compartment followed in the second half by 
an equal flux in reverse direction from islets to 
blood. The mass transfer analysis is carried out 
for an optimal geometry in which a U-shaped blood 
channel "urrounds closely a very thin islet 
compartment formed by a folded flat membrane, A 
complete model of insulin release by this device 
is developed and is compared whith in vitro data 
obtained with rats islets. 

Satisfactory kinetics is achieved with a 
polyacrylonitrile membrane use^ in hemodialysis. 
But the model shows that the membrane hydraulic 
permeability should be increased by a rac*;or of 10 
to significantly improve the performance. 



BE8-H.1 

Current Issues of Medical Device Policies 
in Japan, M,Saito* and M,Kikuchi, Inst, 
Medical Electronics, Fac, Med,, Univ, Tokyo, 
Tokyo 113, Japan 



The advent of complex systems, costly devices and 
technologies requiring extremely high reliability, 
is not making the role of policy-making agencies 
difficult and complex. The task should not simply 
be considered as a regulating mechanism, Pre-ass- 
essment of coming technology, guidance of industry 
and medical professionals, education and standard- 
ization are some of the important items to be added 
to regulatory functions. The reliability of tech- 
nology should be secured from a large-scale stand- 
ardized production as well as from flexible small- 
scale production. In international cooperation, 
the diver isty of requirements from different count- 
ries should be considered, A simple-minded uni- 
form guide or regulatory j ichanism will not work, 
A quality assurance program may work for a certain 
level of technology but may be hazardous to others. 
Sometimes, technology is too advanced and stand- 
ard quality assurnace does not pay for the danger. 
Some of tne topics that require urgent study are: 
internationally translatable but flexible nomen- 
clature, pre-assessment of technology, man-machine 
safety standard, testing method and devices, etc. 
Some of the recent effort m Japan ^11 be describ- 
ed. 



BE8-H.2 

The Medical Device Regulation in the Federal Repub- 
lic of Germany, H, Hutten, Institute of Physiology, 
Johannes Gutenberg-University, D-6500 Mainz, RFG 

The Medizingerateverordnung (MedGV) has been enac- 
ted on Jan. 1st, 1986. Its objection is the protec- 
tion of users, patients and third persons against 
any avoidable risks that might be related with medi- 
cal devices (m,ds). In separate paragraphs, the 
MedGV specifies the regulations both for market ad- 
mission and employment of m.ds. The m.ds are clas- 
sified in one of four classes. The 1. class consists 
of a list with 25 high-risk devices. The 2. class 
comprises all energy-powered implants. The remaining 
energy-powered m,ds belong to the 3, class and all 
other m,ds to the 4, class. The most relevant regu- 
lations of the MedGV are: (1) m.ds of class 1 and 2 
need a type-related market admission i'* which fur- 
ther particulars are specified, (2) m.ds of class 1 
and 3 have to be listed in an inventory. (3) Only 
specifically trained users are allowed to employ m. 
ds of class 1 and 3, (4) m.ds of class 1 are only 
free for the first operation after a complete func- 
tional check and operating instruction have been 
made by the producer or supplier. (5) A detailed 
book must be kept for each class 1 m.d, (6) Acci- 
dents with personal injuries must be reported to the 
authorities. (7) m.ds supplied before Jan. 1st, 1986 
had to undergo a safety check by authorized experts 
within two years if proper mai»^ten^nce in the past 
could not be proved by the owner. 
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BE8-I.1 

Current Status of Biomedical Engineering in the 
Research and Development on Artificial Heart. 

ATSUMI, University of Tokyo, 7-3-1 Hongo, 
Bunkyo-ku, Tokyo, 113, JAPAN 

Artificial heart is aiming to construct the 
simulation model which substitutes cardiac 
functions of biological heart. It is divided into 
two modes - ventricular assist device (VAD) and 
total artificial heart (TAH) - by replacing the 
cardiac functions partially or totally. 

At the present state, 300 clinical cases of VAD 
and 7 cases of TAH were experienced in the world 
and artificial heart is highly evaluated as the 
essential therapeutic method to cure the 
deteriorated patients with severe heart ailure. 

In the symposium, the R & D on TAH is mainly 
discussed. 

TAH is constituted from three parts - blood 
pump, driving unit and energy source - . Until 
now, air driven type of TAH were studied in the 
animal experiments and clinical applications, 
however, in future, implantable TAH will be 
implanted in human of which project has recently 
been started in the several eminent facilities. 

The problems and solutions of biomedical 
engineering on TAH will be discussed in the 
symposium which is forr^ed from the two sessions, 
one is material, blood pump, monitoring and 
control and another is energy conversion and 
energy source. The topics of the discussions will 
be concentrated to the R & D on implantable TAH. 



BE8-I-2 

Segmented Polyurethanes aS Basic Material 

for Cardiovascular Artificial Organs 
T. Matsuda, Res. Inst., Nat'l Cardiovasc. 
Ctr., Fu jishiro-dai , Suita, Osaka, Japan 
One of the crucial tasks for guarantee 
of the reliability of blood pump is to 
ensure its system*s antithrombogenici ty. 
This paper assesses to define determinant 
factors and mechanistic aspects of 
short-term and 1 ong- term anti thrombo- 
genicity of segmented polyurethanes used 
for bl ood pumps . The short-term anti- 
thrombogenici ty was found to be markedly 
influenced by species of adsorbed plasma 
proteins. The adsprption of eel 1 -adhesion 
promoting proteins such as fibrinogen and 
f ibronectin greatly enhanced pi atel et 
adhesion and aggregation. Both coagulation 
and complement systems were activated 
directly on polymer surfaces. Segmented 
polyurethanes v/ere found to be relatively 
inert toward these biological responses. 

On the other hand, longer-implantation 
resulted in the formation of proteinaceous 
multilayer, which proceeds as a time-lapse 
process. The stain" 1 ity of mul ti layering 
was found to be the determinant for long- 
term antithrombogenicity. Besides these, 
blood flow rate and implantation period 
were also major determinants. Thus, 
time-vari ant mul ti -factorial interactions 
determine system's antithrombogenicity. 



BE8"I 3 

EFFE^fs OF HEAT DISSIPATION FROM MECHANICAL DRIVEN 
ARTIFICUL HEARTS ON BLOOD AND TISSUE C(»IPONENTS. 
A SYSTEMATIC IN VITRO STUDY, H. Harasaki*, and 
Nose, Cleveland Clinic Fdn., Cleveland OH AA106 

Management of waste heart imposes a new problem 
inherent to currently developed implantable energy 
converters for artificial hearts. Effects of 
predicted surface temperatures in coagulation, 
(APTT, PTT, TT) platelet % max., aggregation (AGR) 
retension (RET), and pTG and PFA release and 
viability of various tissue cells were studied in 
vitro . The results are sunanarized in the Table 
below. 



Epos. 
Tlse 

km 15 Bin 
FT IS ttin 
TT 15 nin 



41.0 * 7.7 A9.8 ± 2.2* 69.5 ± 12.8* «tc 
19.4 ± 0.6 20.8 ± 1.8 27.7 ± 2.1 ^ «tc 

16.1 ± 1.9 19.8 ± 0.9* 30.6 t 5.2 » «tc 



AGK 
RET 

pr-4 



1 hr 
1 hr 

15 oln ♦ ADP 
15 oln ♦ ADP 



77,8 ± 8.6 
83.7 ± 0.9 
272 ± 31 
113 ±22 



37.2 ± 6.6* 
80.1 ± 6.7 
294 ±56 
120 ± 19 



0 • 2 

32.4 ± 12.0 Z 

195 ± 52* ng/ol 

73 ±15* ng/al 



*st«tistically «l8niflc»nt a« ceo>»rtd to 37 C 

This data indicates that tlood becomes less 
thrombogenic on the heated surface, and explains 
out previous in vivo observation that neointima 
formed on the heated surfaces is thinner than that 
on a un-heated surface of the blood p\imp. 
Fibroblasts were more heat resistant than 
endothelial and smooth muscle cells and 91% 
viable even after 2 hr. exposure to A7 C. 



BE8-I.4 

Development of A Multi-Rinction Qxitrol System 
for Artificial Hearts 
T.Yamaguchi*/ T.SIhimooka, y.Mitamura 
Stctioi of Medical Electronics, Res. Inst, of 
Afpl. Elect*, Hokkaido Univ. Sapporo 060 Japan 

We have devel<:^)ed a portable control system 
for pneumatic artificial hearts. This control 
system enables automatic blood pressure control 
without invasive blood pressure measurements as 
well as conventional pumping methods. 

Blood pressures are measured indirectly in 
the control system. When driving pressure is 
changed gradually, the pressure when a diaghragm 
in the pump begins to move equals to arterial or 
atrial pressure. Waveform of drive pressure is 
regulated by electronic air pressure regulator and 
diaghragm movement is detected by optical sensor. 

Based on the indirectly measured values, 
blood pressures are controlled. The microcomputer 
based control system maintains the blood pressures 
constant regardless of changes in peripheral 
resistance or circulatory blood volume by changing 
drive rate, %systole, positive pressure and 
negative pressure. 

In vitro experiments disclosed accurate beat- 
by-beat estimation of arterial and atrial pressure 
and precise regulation of blood pressures. The 
control system is useful for driving artificial 
hearts ootimally without the troubles of infection 
and thrombus formation. 
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BE8-I.5 

New Control Method of Artificial Heart 
K. Imachi, I. Fujiraasa, and K. Atsumi 
Inst, of Med. Electr. , Faculty of Med., 
Univ. of Tokyo, Kongo, Bunkyo-ku, 
Tokyo, Japan 

Total artificial heart(TAH) control method is too 
primitive stage for the patient to enjoy a high 
quality of life like a healthy person. One of the 
difficulty to establish an ideal TAH control 
method, is that there is no adequate detecting 
method of the cardiac output(CO) demand of the 
living body. As a step to the ideal TAH control 
method, a new control method of TAH during the 
exercise was developed in our laboratory. 
CO change curves for variuos grades of treadmill 
exercise(TE) are obtained from control goat as a 
ticne function (objective function curve :OFC). The 
correlation between tradmill speed and physical 
activity rate(PAR) which is defined as the time 
average of upperward acceleration of the body, is 
obtained as a linear function. These functions 
are memorized in a microcomputer. The TAH control 
procedure is as follows. l)When the TE start, its 
speed is detected as PAR by an acceleration sensor . 
2)The microcomputer choose an OFC according to the * 
PAR. 3)TAH driving parameters of both blood pumps 
are controlled predictiv^ely for the pump output to 
fit with the OFC under a control algorithm 
installed into the microcomputer. Tne system 
worked veil in the an nal experiments, and its 
effects on metabolism was also proven. 



BE8-J.1 

DEVEIOPMENT OF AN ELECTRIC MOTOR 
DRIVEN TOTAL ARTIFICIAL HEART, 
W. Weiss, M.S.*, G. Rosenberg, Ph.D., 
A. Snyder, Ph.D., w.S. Pierce, m.D. 
Pennsylvania state University, Hershey 
Medical Center, Hershey, Pennsylvania 

An electric motor-driven total 
artificial heart utilizing a roller 
screw drive is being developed. A 
3 -phase brushless DC motor produces 
bidirectional rotary motion which is 
translated to the rectilinear motion of 
the roller screw shaft. Pusher plates at 
either end of the shaft alternately 
compress left and right blood sacs 
contained in pump cases located at 
either end of the motor housing. 
Bjork-Shiley convexo concave tilting 
disc valves are used. A compliance 
chamber permits left-right stroke volume 
differences, which are utilized by the 
motor controller to balance left-right 
pump outputs. 

Electrical power is delivered to the 
implanted motor controller via a pair of 
coils, one subcutaneous and one 
'xfcernal. An external battery pack will 
operate up to lo hours, while an 
implanted backup battery will operate up 
to 45 minutes. 



BE8-J.2 

Solenoid Energy Converter of the Novacor 
Clinical Left Ventricular Assist System 
P. Miller*, J. Jassawalla, H. Chen, 
D. LaForge, P. Portner. Novacor Medical 
Corporation, Oakland, California, USA 

The Novacor Left Ventricular Assist System (LVAS) 
uses a balanced pulsed solenoid electromechanical 
energy converter for blood pump actuation. Under 
development since 1970, the current version of 
this simple lightweight driver has essentially 
only two moving parts — the identical armature/ 
spring assemblies — coupling directly to the 
blood pump pusher plates. When energized, the 
two solenoid armatures close rapidly, efficiently 
converting electrical input power into mechanical 
energy stored in the "decoupling" springs. The 
springs then deliver their stored energy to the 
pump at a rate governed by the physiologic load. 
The balanced solenoid closure results in no reac- 
tion torques, gyroscopic effects, or momentum 
transfer to the body. Because the entire LVAS 
is symmetrical, there are no unbalanced loads on 
the energy converter frame or blood punp housing. 

The system has been extensively tested in vitro 
and in vivo, in multiyear endurance tests and 
animal experiments as long as nine months. A 
multicenter clinical trial of the Novacor LVAS has 
been ongoing since 1984. System efficacy has been 
demonstrated in successful bridge-^o-transplant 
applications of up to 90 days. 



BE8-J.3 

Energy Source and Energy Transmis- 
sion for Artificial Hearts, v 
Poirier*, c. Sherman, K. Dasse* 
Thermedics Inc., Woburn MA 01801 

Artificial hearts and heart assist 
systems require significant power 
levels which cannot be met with im- 
plantable power sources. The two 
most widely used energy sources are 
air and electricity. Tho air sys- 
tems , general ly used for short 
term, require an external air com- 
pressor while the electric systems 
require chemical storage batteries. 
Transmission of energy from the ex- 
ternal sources can be accomplished 
by two means. For electrical ener- 
gy transfer, transcutaneous energy 
transfer systems which utilize two 
coils of wire to inductively couDle 
the energy into the body are used. 
In this form, energy is transferred 
without penetration of the integu- 
ment. For transfer of air or elec- 
trical energy, percutaneous energy 
t'>-ansfer sy^te.iis are util ized, 
which can becore an intecral part 
of the body. 
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BE8-K»i 

Fluid Mechanical Analysis of Blood Flows 
with an Intra-Aortic Balloon Pumping 
T.K. Hung and H.S. Borovetz, University 
of Pittsburgh, I.E. Natan, Jr., Carnegie- 
Mellon University, Pittsburgh, PA 15261 

For three-dimensional blood flow in the descending 
aorta with an intra-aortic balloon counter pulsa- 
tion, the radial axis, r, for the Navier-Stokes 
equations in the cylindrical coordinates, (r,6,z), 
is transformed to a dimensionless axis: 

D - r - b(e,2,t) . , 
^ " a(0,2,t) - b(e,2,t) 

where the radii of the balloon (b) and aorta (a) 
and their motions are the prescribed boundary 
conditions for the computational flow simulation. 
Local acceleration components were employed in the 
determination of the transient pressure fidld from 
the divergence of the Navier-Stokes equations. The 
pulsating spiral flow processes were analyzed by 
correlating the longitudinal velocity pr "lies, 
the secondary flows, and the pressure ana shear 
fields with the deflation and inflation of the 
balloon during a cardiac cycle. 
The study was supported by an NIH Grant HL33934 
from the National Heart, Lung, and Blood Institute. 
The Cray X-MP supercomputer at the Pittsbu^-gh 
Supercomputing Center was used for this investi- 
gation. 



BE8-K.2 

Optimum Design of a Compact Centrifugal 
Blood Pump: Casing Configuration and Pump 
Performance, S. Tanaka*, K. Ito, K. Yama- 
koshi, A» Kamiya, Horiuchi^ & Kusa- 
kabe^ Res. Inst. Appl. Electr., Hokkaido 
Univ., Sapporo, & ATerumo Inc., Tokyo, 
Japan. 

For the use of extracorporeal circulation, we 
have previously developed a compact centrifugal 
blood pump driven directly by a miniature DC 
servomotor. Through in vitro tests, it was found 
that the configuration of the impeller having 
the blade angles at the inlet of 20 deg and at 
the outlet of 50 deg was the most appropriate 
for this pump with respect to the pumping capac- 
ity and the decrease in hemolysis. ' In this 
study, the effect of the volute casing on the 
pump performances was evaluated to determine an 
optimum configuration of the pump casing. It was 
demonstrated that the pumping capacity and the 
degree of hemolysis produced by the pump with 
volute casing were significantly improved at 
high flow rate region compared with those by the 
pump without volute casing. It was suggested 
through this study that the optimum design of 
the casing configuration should be made accord- 
ing to the range of flow rate required. 

Reference: 1) S. Tanaka et al. Trans. ASME, J. 

Biomech. Eng., 109(3), 272 (1987) 



BE8-K.3 

Development of Nutating Centrifugal Blood 
Pump, T.Akamatsu, Kyoto University, Kyoto 
606, Japan 

Conventional centrifugal blood pumps have weaknesses 
of infection through shaft seal for direct motor 
drive and blood degeneration in journal bearirg for 
closed magnetic coupling drive. A centrifugal pump 
with a nutatingCnot rotating) impeller, so called 
Tea Spoon Pump, can overcome these weaknesses. This 
pump is allowed to have only one impeller for its 
mechanism. Therefore its pump efficiency was not 
so high. But by our followir ■'nventions it is much 
improved; (1) annular pump rc„ surrounded with 
inner guide wall and outer casing wall, (2) spiral 
inlet passage, (3) well-contoured outlet passage 
and diffuser. Rectified flow is obtained as if a 
piston (impeller) pushes blood in an endless cylin- 
der (annular pump room), and the pressure difference 
between outlet and inlet is sustained by centrifugal 
force of rotating blcod flow. 

At present, the pump efficiency is raised up to 45% 
compared with the previous 32%. Undesirable hemo- 
lysis in the previous pump was larger than that in 
the roller pump. But in the present improved pump, 
we can expect the lower hemolysis. Pulsatile flow 
can be obtained by the on-off run of the motor and 
the addition of a check valve at the outlet of the 
pump . 



BE8-K.4 

Optimization of Pulsatile Puinp Flow 
Parameters, R.Fujnero, F.M.Montevecchi, 
S.Scuri", Politecnico di Milano, Italy. 

The differentiation between effective and 
ineffective forms of pulsatile flow during 
cardiopulmonary bypass has been often stressed. 
Factors such as ejection phase duration, peak flow, 
etc, must be chosen in order to achieve the energy 
content of flow wave which maintains capillary 
patency and, on the other hand, to avoid excessive 
mechanical traujna on «/lood cells. The influence of 
arterial line and aortic cannula, which modify 
considerably the pulse, must be considered too. 
A pneumatically driven and microprocessor 
controlled pulsatile pump for pediatric 
extracorporeal circulation has been developed. In 
order to optimize flow parameters, both energy loss 
in the aortic cannula, which is a reliable index of 
blood damage, and output energy past the cannula 
must be evaluated. For this purpose, a finite 
difference program has been used to calculate 
transient flow and local pressure drops in the 
arterial line. The program has been also validated 
by comparing numerical results to sperimenlal 
measurements assessed in e simple mock circulation. 
Numerical simulations have been performed under the 
same conditions of mean flow rate for different 
pulse rate (60,70,80 b/min) and ejection phase 
duration (AO, 50, 60% of pulse period). The results 
have provided useful directions for optimum choice 
of systolic to diastolic time ratio. 
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BE8-K.5 

STUDB ON ELECTRONIC CONTROL PNEUMATIC DRIVING 
SYSTEM FOR ARTIFICIAL HEART 

Y*n( Zi-biflf Zhu Aa-ring, La soss-Un;, 
H»n y*a, Huaac Wen-raei, ^Y«at XUo-ro-); 
Shua Hui-min 

DcPtCt. ef Bi<>atJ((il Et»isc«ri»t 

Beijiss Chiaa 

Highly rcHaile eI«ctronte eoatrol aad pa ^-natic drixias svstetn for arti- 
ficial heart has .Seen QeSeloped. It «aj couuiec of t^o subJyste-aj ubicb 
Arc eleetroaic eortrol sabsystesi aad pneuraatie po>»er supptv. The compres- 
sed air adiusted from 0*^400 oraK^ was sopphe^ bj eocpressor or bj eoa- 
pressed a>r station. The >aeuun pressure adjusted frocn O'^mOO aaH^ was 
supplied by a taeuco pump. 

la tKe electrocic eo-.troller, the dri>tn£ sisnal ts receued f;oa either 
ECG for s>sch;0{:ous drive %tith the heart be^ts or stjsal {esera^or for as/, 
achroaous^ The coitroUer raoiuors ECG sis^al le.cl a-.d aiso ;he drms: 
pressure to ebeck the fuac'.io.-i of pressure rc^jiacor. \acuu::: resulstor a=d 
nta^aetic \aUes. 

After a series in *itro tests, the AH dri>ir.£ system has beea used la 
aaimal cfxpertraents. Durinj the period of ftniisal er^jerimeat, the AH driv- 
inj system has worUd all to;e:her for nor ihaa ioo sours aad coatiaaot-s- 
iy MorkeJ for 2S7 hours. The fuactiocs of the .^H dri.icj systen was sho-- 
was to be cornal and stable, so it is sc^^ested to he used ia AH expentsea 
tal study 



BE8-K.6 

Mechanical Studies on the Left Ventricular Recovery 
Process from Induced Heart Failure by Cardiac 
Assist. T.Nakamura*, K.Hayashi, J.Seki°, H.Noda*', 
T.Nakatani°, HJakano^ and T.Akutsu°. Hokkaido 
University, Sapporo, and ^National Cardiovascular 
Center, Osaka, JAPAN. 

Pneumatically driven, diaphragm-type left ven- 
tricular assist devices (LVADs) were chronically 
implanted between the left atria and the descending 
aortas of goats. Myocardial infarction was in- 
duced in the anterior myocardid'j area by the multi- 
ple ligations of coronary arteries. Left ventric- 
ular diameter, segment length and wall thickness 
were measured with sonomicrometers implanted in the 
ventricle. Bulk and regional mechanical work of 
the left ventricle were calculated from these 
dimensions and the left ventricular pressure. 
LVAD pumps were removed when the cardiac function 
seemed to be recovered. Cardiac and hemodynamic 
data were obtained until around 1 month after the 
pump removal. 

The LVAD reduced the bulk and regional mechani- 
cal work. In cases that the hearts were recovered 
successfully, the difference between the bulk work 
done during pumping-on and -off decreased gradual- 
ly, concomitantly with recovery, and the LVAD pumps 
could be weaned off within 1/2 month. In some of 
these cases, the ischemic regions were healed by 
the LVAD pumping and became to be able to do me- 
chanical work. 



BE9-A.1 

PLASMA MACROMGLECULES IN HUMAN AORTIC INTIMA 

Elspeth 8. Smith* Dept. of Chemical Pathology, 
Foresfcerhill, ABERDEEN, AB9 22D Scotland. 

Endothelium transports macromolecules into the 
intima. In norfT.al adult intima the concentration 
of low density lipoprotein (LDL-Mr 2x10 ) is twice 
the plasma concentration and for most macromole- 
-cules relative concentration is directly related 
to Mr, High concentrations are not necessarily 
pathogenic; pathogenicity probably results from 
processing within the intima, and this may be 
influenced by haemodynamic factors. LDL may be 
internalized by macrophages, subjected to extra- 
cellular proleolysis, or tightly bound. Fibrinogen 
is accompanied by degradation products (FDP) that 
appear to be derived from fibrin. This implies 
continous conversion of fibrinogen to fibrin, and 
continuous fibrinolysis . Release of tightly bound 
LDL by incubation with plasmin is correlated with 
the amount of cross-linked fibrin degraded 
(r=0.688, p<0.01). These complex interactions must 
be dependent on factors such as residence ti' ^ and 
mixing which will, in turn, be influenced by 
haemodynamic forces. Some proliferative lesions 
accumulate a core of extracellular LDL-derived 
lipid, whereas others in the same aitery do not. ' 
Could haemodynamic factors influen' a oxygen and 
lactic acid concentrations deep in the lesiun, and 
hence the release of l>somal proteases? 



BE9-A.2 

r facellular Pathwav5> fot Transnort of Lo^^ Densitv 
Lippprptein, J. Rutledge*, F. Curry, P. Davis and J. 
Lenz, University of California, Davis, CA 

Low density lipoprotein (LDL) is transported across 
endothelium by receptor-mediated and vesicular 
pathways. We have evaluated paracellular pathways of 
transport of LDL in high permeability states in 
isolated perfused frog mesenteric microvessels* LDL 
was fluorescently labeled with Dil and 20,000 MW 
dextran, a molecule which lacks receptor-mediated 
transport, was labeled with FITC By alternating sets 
of light niters, we were able to image these 
fluorescent molecules almost simultaneously. 
Fluorescence intensity of the microvessel and 
surrounding tissue was measured by photometer. The 
endothelium was perturbed with the calcium ionophore, 
A23I87, which effects a transient increase in 
permeability. 

Our studies have shown that permeability of LDL 
and dextran have similar magnitude and time course 
after the infusion of A23I87 which suggests similar 
pathways for these molecules. In addition, LDL 
transport has been shown to increase with increased 
capillary pressure. Because water flow increases as 
capillary pressure increases, this coupling of LDL 
transport to water flow suggests a paracellular 
pathway for LDL fuinsport. 
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BE9-A.3 . ^ 

Optimal Design of Experiments to Quantify 
Transport and Degradation in the Arterial Wall, 
E.D. Morris, G.M. Saidel, and Chisolm*, 
Cleveland Clinic Foundation and Case Western 
Reserve University, Cleveland, Ohio 44106, USA. 

A dynamic, one-dimensional model is used to depict 
the transport and metabolism of low density lipoprotein 
(LDL) in arterial tissue. The model includes decreas- 
ing concentration of tracer in plasma, permeabilities at 
both luminal and media-adventitial boundaries; 
diffusion and convection though interstitial space and 
degradation by smooth muscle cells of the media. 
Model parameters representing these processes can be 
estimated from transmural ctmcentration profiles of 
labeled LDL generated in vivo across the arterial wall. 
The sensivivity of the model output to changes in 
parameter values was examined. An optimal experi- 
ment desijjn was defined to be one that maximized 
precision of the estimates. Three designs were consid- 
ered: 1; a single bolus iiyection of *I-LDL, 2) sequen- 
tial ixyections of *I-LDL and **I-LDL (*I and **I are 
distinguishable isotopes of iodine), and 3) a simul- 
taneous injection of *I-LDL and **I-TC-LDL; TC is an 
iodinated tyramine cellobiose adduct that accumulates 
in cells afler LDL degradation and is not removed. The 
optimization procedure compared the three designs for 
a wide range of circulation times. Our results 
prescribe a simultaneous injection of *I-LDL and **I- 
TC-LDL and a circulation time of 18 hours. Funded by 
NIH(HL29582) 



BE9-A.4 

Effect of Hemodynamics on the Rate of LDL 
Transport in Lesioned and Nonlesioned Aorta 
S.A. Berceli,* S.J. Durham, D.P. Showalter , 

V.S. Warty, S.K. Tanksale, H.S. Borovetz 

LDL transport and catabolism Wf^re studied in 
lesioned and uninvolved abdominal aortae of 10 
WHHL rabbits and in abdominal aortae of 10 NZW 
rabbits perfused in vitro for 20 hours under 
"normotensive" (P - 70/AO vm Kg, Q - 50 ml/min) 
or "hypertensive" conditions (P - 100/70 mm Hg, 
Q - 100 ml/min). Freshly ey.cised arteries were 
perfused with normotherraic jrabbit serum to which 
was added LDL doubly labelled with I^^^ and I^^^- 
tyramine cellobiose (I^^^-IC). Post-perfusion 
tissue biopsies were analyzed for intact I^^'*--LDL 
and accumulated I^^^-TC-labelled degradation 
products . 

Under norraotensive conditions, the plasma LDL 
flux in WHHL lesioned aorta was A. 28 nl/mg/hr, 
1,5 times larger than in uninvolved WHHL aorta 
(p < 0.001) and 2.9 times above that in NZW aorta 
(p < 0.001). Under hypertensive conditions, the 
plasma fbix in WHHL lesioned aorta was 7.54 
nl/mg/hr, 1.7 times larger than in univolved WHHL 
aorta (p < 0.001) and 2.5 times above that in NZW 
aorta (p < 0.001). The study suggests that 
hypertensive hemodynamic conditions exacerbates 
the already elevated flux of LDL into 
atherosclerotic tissue. 



BE9-A.5 

Chronic hypertension decreases the in vivo albumin 
uptake by the rat aorta, A. Tedgui*, J. Belmm, J.B. Michel and 
L. Juan, INSERM Unit6 141, Hopital Lariboisi6re.75010 Paris, 
France. 

Changes of protein transpc.1 across the arterial wall may facilitate 
atherogenesis. We have studied the effects of chronic 
hypertension and its therapy by a converting enzyme inhibitor (CEI), 
on the in vivo albumin uptake by the aortic media of hypertensive 
rats (2 K-1 C) (HR), 8 weeks after application of the clip. Blood 
pressure of some HR was lowered to a normal level by injection of 
nicardipine prior to the albumin uptake measurement, in order to 
separate the effects due to hyperpressure from those due to 
structural changes. 

The transmural distribution of the relative albumin concentration 
across the wall was obtained using a frozen serial sectioning 
technique (10 jim), 90 mn after injection of '•^Si.aibumin. 
Hypertension decreased the mean medial relative concentration 
(MRC) : 1 .53 ± .38 % (n=8) in HR and 2.02 ± .65 % (n=10) in control 
(p < 0.01). This decrease was even larger in HR with acutely lowered 
blood pressure : 1.16 ± .32 % ,n=7 (p < 0.01).ln the CEI treated 
animals, MRC (1 .56 ± .41 %, n=10j remained lower than in control 
(p<0.01). The medial thickness was Increased in HR (120 ± 14.1 
nm, n«8) as compared tr 'ontrol (92 ± 6.5 nm, n=1 0, p < 0.01), and 
was normalized by CEI (95 ± 8.9 nm, n=10). The collagen density, 
measured by histomorphometry, was increased in HR . 1 1.5 ± .8 %, 
nn15 vs 8.2 ± .7 %,n=10 in control (p < 0.01), but remained 
increased afterCEl (11.9± .9%, n=10). 
Structural changes of the aortic wall induced by chronic 
hypertension seem to be responsible for the important decrease of 
the medial permeability to albumin in HR. The increase in the 
collagen density of the media observed in HR was not reversed by a 
4 weeks CEI treatment. This accounts for the maintained decrease 
of the albumin uptake in CEI treated animals with a normal pressure 
and thickness. 



BE9-B.1 

Cultured Endothelial Monolayers: A Model for 
Transport Studies, R. Bizios*, R.S. Cargill, 
R.D. Iveson, and L.A. Holleran, Department 
of Biomedical Engineering, Rensselaer 
Polytechnic Institute, Troy, New York, 
12180-3590, U.S.A. 



0 Itured endothelial monolayers provide a model 
lor investigating the transport properties of 
endothelium under experimental simulation of 
various conditions (such as hyperoxia and anoxia) 
which induce and/or contribute to eel 1 injury. 
Measurements of mass flux across the monolayers in 
vitro provide a quantitative index of the time 
course of cell injury. 

Bovine pulmonary artery endothelial monolayers 
were grown to confluence on polycarbonate 
(0.8 ym pore diameter) membranes. Transport of 
albumin was studied under a 4 gm percent 
concentration gradient at 37"C and over a 2 hour 
period. Ab luminal albumin concentrations were 
determined by the Lowry assay. 
Permeability coefficients of the endothelium were 
calculated ftjpm the mass flux data and were in the 
order of 10" cm/ sec. The results indicate ' that 
in addition to endothelium other subendothel ial 
tissues and/or cells contribute significantly to 
the resistance to transport across the blood 
vessel wall . (Supported by the Whi taker 
Foundation) . 
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BE9-B.2 

Mass transport properties of different 
blood vessels. M. J» Lever* and 

M-T. Jay. Physiological Flow Studies 
Unit, Imperial College, London, SW7 2AZ 

We have re-examined the nature of the 
variation of the transport of materials 
between the blood and vessel walls at 
different sites in the circulation. This 
subject has been examined in many previous 
studies and differences found in the rates and 
extent of tracer uptake at different sites 
have been attributed to many factors, 
including differences in the shape or turnover 
of endotheial cells, in the properties of the 
glycocalyx, in the number of plasmalemmal 
vesicles and in local blood pressure and 
flow. 

Our studies have included measurements of both 
the short-term and steady-state uptake of 
tracers by different vessels in vivo and also 
of the equilibrium uptake of tracers by those 
vessels and their hydraulic conductivities in 
vitro- Steady-state tracer levels in 

different vessels in vivo appear to be related 
in part to the distribution volumes of the 
tracers in the wall tissue and in part to the 
permeabilities of the different layers of the 
vessel wall.. 



BE9-B,3 

Time dependent filtration in a 
porous elastic cylinder-Applica- 
tion to Water transport in the 
artery wall, Girija Jayaraman* 
Centre for Atmospheric Sciences, 
I.I.T., Hauz Khas,New Delhi-16. 

The time dependent filtration of water 
through the wall of a soft porous elastic 
cylinder is studied theoretically. The ar- 
tery wall is modelled as a mixture of an 
incompressible liquid and porous elastic 
solid whose permeability is a function of 
the applied pressure. The luminal pres- 
sure is considered to be harmonic in time 
and the matrix is assumed to be elastical- 
ly and hydraulically isotropic. Analytic 
solutions are presented for some simple 
relations between pressure and permeabili- 
ty but numerical results are found for 
more general relations. Special features 
of the pressure distribution across the 
wall are discussed for the important par- 
ticular case when the characteristic con- 
solidation time is large compared to the 
characteristic load time. 



BE9-B.4 

Microarchitectural Changes of Human Aortic 
Bifurcations with Reference to Atherogenesis, 
Y, Yoshida*, T. Oyama, T. Yamane, M. Mitsumata, 
T. Yamaguchil, and G. Ooneda 2, Yamanashi Medi- 
cal College, 409-38, Yamanashi, 1 National 
Cardie 'ascular Center Research Institute, 565 
Osaka, 2 Geriatrics Research Institute and 
Hospital, Maebashl 371, Japan 



Apical and outer wall Intimas at branchings of in- 
ferior mesenteric arteries from aortas of human 
autopsy cases were investigated. The outer wall 
intlma, a low shear stress region, was thicker than 
the apical Intlma, a high shear stress region, exce- 
pt in cases younger than one month. Deposit of 
lipoproteins in the outer wall Intlma increast.d 
with age, but not that in the apical intima. Elect- 
ron microscopic studies revealed th«:t collagen fib- 
ers Increased markedly In the apical Intlma In the 
third decade. Among the dense collagen fibers, Int- 
Imal smooth muscle cells (SMC) exhibited contracti- 
le phenotype. The outer wall possessed mucinous 
Intlma accompanied with synthetic SMC. Atheroscle- 
rotic rabbit intlmal SMC cultivated on type I col - 
lagen gel increased cAMP production tc change pheno- 
type from synthetic to contractile and to suppress 
DNA synthesis. As a result, blood flow dynamics may 
Induce cellular and microarchitectural changes In 
vessel walls which are favorable or resistant to 
atherogenesis. 



BE9-B.5 

The study on the role of hemodynamic forces in 
the development of atherosclerotic lesions, 
N. Sakata^ K. Kawaraura and S. Takebayashi, 
Pukuoka University, Fukuoka, Japan 



At the present time, there are conflicting hypo- 
theses concerning the hemodynamic mechanisms of 
the atherogenesis. One is Fry's "shear stress 
hypothesis"; the other Carols "boundary layer 
diffusion hypothesis". In order tc clarify the 
role of hemodynamic forces in the development of 
human atherosclerotic lesions, we have studied the 
localization of atherosclerotic lesions and mor- 
phological changes of endothelial cells over the 
atheromatous plaques. Early atJiero sclerotic le- 
sions occurred predominantly at the outer walls of 
bifurcations and distal to the center of the inner 
curvature at curves, where wall shear stress is 
considered to be low. In contrast, the flow divi- 
der of bifurcations and the outer curvature of the 
bends, presumably high shear regions, were free of 
the le sion^c Endothelial cells over the athero- 
sclerotic lesions were significantly less elon- 
gated and had more prominent microvillous projec- 
tions as compared with those in lesion-free areas. 
These results suggest that focal hemodynamic for- 
ces, presumably low shear stress, are implicated 
in the development of the atherosclerotic lesions 
as related to morphological changes of endothelia. 
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BE9-C.1 

LOCALIZATION AND SIZE OF EARLY SUDANOPHILIC 
LESIONS IN CHOLESTEROL-FED RABBITS 
Margot R. Roach*, Christine Zeindler, and Ralph Kratky 
The University of Western Ontario 
London, Ontario, Canada. N6A 5C1 



We have developed a method to cast aortas of rabbits with 
Batson*s methyl methacrylate. Casts made at 100 mm Hg 
shrink to a size equivalent to that at 78 mm Hg (diastolic 
pressure). The ti^bue is digested off with 0.1 N KOH, and 
then analyzed with the scanning electron microscope. 
Segments of cast are mounted on a spit so all sides can be 
viewed. Composite photographs are analyzed to show the 
location and size of the plaque which is identified by: i) 
small fragments of material, probably elastin, ii) cells, and 
iii) a rough surface. The length of the plaques is measured 
at lO"" intervals on a polar grid. 

The earliest legions, after one week on a 2% cholesterol 
diet, were lateral. By two weeks they were spreading more 
distally. The area of the lesion was related to the area of 
the branch in any one rabbit. Since the size of the branch 
is roughly related to the flow, this suggests that branch 
flow determines the size of the lesions. 

Supported by the Heart and Stroke Foundation of Ontario, 



BE9-C.2 

Flow Patterns and Distribution of Atherosclerotic 
Lesions in Human Coronary and Cerebral Arteries, 
T» Karino*, S» Mabuchi and T. Asakura, Montreal 
General Hospital, Montreal, Quebec, Canada* 



To investigate the potential role of fluid mechan- 
ical factors in the localized genesis and develop- 
ment of atherosclerotic lesions in man, the exact 
anatomical locations and the flow patterns at such 
sites in the human coronary and cerebral arteries 
were studied in detail by means of flow visual- 
ization and high speed cinemicrographic techniques 
using isolated transparent coronary and cerebral 
arteries prepared from humans postmortem* It was 
found that in both coronary and cerebral arteries, 
atherosclerotic lesions were localized exclusively 
at the outer walls (hips) of major bifurcations 
and T-junctions, and at the inner wall of carved 
segments where flow was either slow or disturbed 
with the formation of slow recirculation and sec- 
ondary flows and where wall shear stress was low. 
In no instance, were atherosclerotic lesions found 
at and around the flow divider where fluid veloc- 
ity find wall shear stress were high and where the 
formation of early atherosclerotic lesions have 
been observed in experimental animals fed high- 
cholesterol diets* The results indicate that there 
is a strong correlation between the sites of low 
flow velocity (low wall shear stress) and the 
preferred sites for the genesis and development of 
atherosclerosis in man. 



BE9-C.3 

LocaXizaticn of Human Atherosclerotic Lesions 
J» Fredrick Cornhill*, Edward E. Herder ick 
The Ohio State University, Columbus, Ohio 

The topographic distribution of atherosclerotic lesions has 
been a prime factor in suggesting a role for hemodynamic forces 
m atherogenesis* Probability-of-occurrence maps of the human 
aorta for sudanophilla and raised lesions and average thickness 
maps uere created using image processing (n=^37; B & 10; 15-34 
years)* In the thoracic aorta, high probabilities of 
sudanophilla uere associated uith the dorsal surface (from ZQ% 
to > 50^) uhile the ventral surface uas virtually spared (< 
^0%)• The regions of the highest probability of sudanophilla 
(> 50^) uere located miduay between the origins of successful 
pairs of intercostals* The intercostal flow cjiw'idsrs u^ere 
spared* In the abdominal aorta, the dorsal distribution of 
sudanophilic lesions observed in the thoracic aorta continued 
with regions of high probability being located midway between 
the lumbar ostia (> 30^ )• Regions of high probability were 
associated with the inflow tracts of the celiac, superior and 
inferior mesenteric (IM)> and right and left renal ostia (> 
50^ )» Regions distal to all ostia and the apex of the aorto- 
iliac bifurcation were spared (< lOJt). A region of high 
probability was also observed along the ventral aortic surface 
extending from the level of the renal ostia to the origin of 
the in» The association of the disease with specific geometric 
entities suggests that hemodynamic forces probably play a roie 
in the localization of some of these legions; however, this 
role is probably played in concert with many other important 
locali?i'^o biochemical, cellular, mass transport, and 
structural factors. 



AtheroRenesis as an adaptive process gone 
wrong ? The roles of hemodynamics and arterial 
geometry , M. H, Friedman* The Johns Hopkins 
University Applied Physics Laboratory, 
Laurel, Maryland 20707 USA 

Hemodynamic measurements made in our laboratory 
and others' show that the fluid dynamic shear 
stress at the vascular wall is remarkably simi- 
lar in different segments of the human arterial 
tree. The possibility that this similarity 
could reflect ad&ptive processes in the wall is 
consistent with a model of intimal thickening 
recently developed to explain the complex 
dependence of intimal thickness on mural shear 
seen in a collection of human arterial bifurca- 
tions. According to this model, the intima 
eventually becomes thickest at sites exposed to 
relatively low or oscillatory shear stresses. 
If the thickening process is mediated by sensed 
shear and the regional vascular geometry is 
such th^t the shear is locally reduced, then 
inappropriate focal thickening could result. 
Thickening would be further enhanced if, in 
contrast to the situation in straight segments, 
intrusion into the lumen results in a further 
reduction of wall shear. This situation would 
be exacerbated in vascular segments whose 
specific geometric parameters are such that 
wall shear is inordinately reduced at 
susceptible foci. 
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BE9-C.S 

WALL STRESS AS A MAJOR CONTRIBUTOR TO 
ATHEROSCLEROSIS. M» Thubrikar*, R. Eppink, 
S. Nolan / University of Virginia, Cnar- 
lottesville^ Va. 

Atherosclerotic lesions generally occur at 
arterial branch sites, which are also the 
sites of stress concentration produced by 
intra-arterial pressure. Wall stresses 
were determined at the bovine circumflex 
coronary arterial branch using finite ele- 
ment analysis. The arterial branch was 
modeled as intersecting cylindrical shells 
incorporating variations in the branch 
geometry, thickness, and material proper- 
ties. In rabbits fed a high cholesterol 
diet, we explored whether atherosclerotic 
lesions could be inhibited by reducing wall 
stress. To reduce the wall stress, peri- 
arterial casts were placed at lowered 
arterial pressure at the left renal arteri- 
al branch and at the aortic bifurcation. 
The results indicate that in the bovine 
coronary artery the wall stress was 3-4 
times greater at the branch than in 
straight segments. In rabbits, athero- 
sclerotic lesions were inhibited at selec- 
ted sites only when the wall stress was 
reduced by cast placement. Hence, wall 
stress appears to be a major contributor 
to atherosclerosis. 



BE9-D.1 

Platelet Adhesion to Endothelial 
Molnolayer in vitro , T. Takano , 
C. Mineo anH^'R. Hashida, 
Department of Microbiology and 
Molecular Pathology, Faculty of 
Pharmaceutical Sciences, Teikyo 
University, Sagamiko, Kanagawa 
199-01, Japan. 

Platelet adherence and subsequent aggre- 
gate formation on damaged vessel walls may 
be fundamental events in the initiation of 
an atherosclerosis* 

To study the mechanisms of platelet adhe- 
sion to endothelial injury, we developed a 
novel model in tissue culture system. The 
porcine aortic endothelial cells cultured 
on gelated type I collagen supported by a 
dacron sheet were injured according to a 
removal of teflon rings. Rabbit platelets 
labelled with ^Cr were counted to measure 
the amount of platelet adhered to injured 
part of the cell monolayer quantitatively. 
In this system it was found that both 
fibronectin and fibrinogen were essential 
to platelet adhesion in addition to colla- 
gen. This in vitro model should be useful 
to elucidate the mechanisms of platelet 
adhesion, which may be connected with 
atherogenesis induced by blood flow re- 
lated stresses. 



BE9-D.2 

Enhanced Low Density Lipoprotein (LDL) Receptor 
Expression in Cultured Bovine Arterial Eidothelial 
Cells (BAEC) Exposed to Elevated Fluid-Imposed 
Laminar Wall Shear Stress. EA Sprague* SA Logan, 
EH Edwards, CJ Schwartz and RM Nerem. University 
of Texas Health Science Center, San Antonio, Texas 
and Georgia Institute of Technology, Atlanta, 
Georgia 

Our previous studies have demonstrated that cultured 
BAEC exposed to a high laminar wall shear stress 
(HS, 30 dyne/cm2) exhibit an enhanced 
receptor-mediated endocytosis of LDL relative 
to either low (LS, <1 dyne/cm^) or no shear (NS) 
stress. The objective of this study was to 
determine whether this enhanced LDL endocytosis 
was due to a change in LDL receptor affinity and/or 
number. Using new large capacity parallel plate 
viscometers connected in series, confluent BAEC 
on polyester sheets are exposed to HS, LS, or 
NS in the presence of circulating lipoprotein 
deficient medium to maximize LDL receptor 
expression. After 24 hr, the sheets (98 cr.-; 
are removed and subdivided for 4**C binding studies 
using increasing concentrations of ^25x-ldL. BAEC 
exposed to HS exhibited an increase in LDL receptor 
number without a change in affinity relative to 
cells exposed to LS or NS. These data were 
confirmed in similar binding studies using a 
radiolabeled monoclonal antibody (IgG-C7) specific 
for the LDL receptor. Our results indicate that 
shear stress signals are recognized and transduced 
to influence iirportant cellular functions including 
L')L receptor expression. 



BE9-D.3 

EFFECTS OF SHEAR STRESS ON ENDOTHELIAL CELL 
PROTEIN SYNTHESIS, S. G. Eskin*, K. J. 
Angelides, B» Wible, L. T. Navarro, L. V. 
Hclntire; Depts. of Surgery and Physiology 
and Molecular Biophysics, Baylor College of 
Medicine, Dept. of Chemical Engineering, 
Rice University; Houston, Texas, U.S.A. 

Cultured bovine aortic endothelial cells were 
subjected to steady shear stress (25 dynes/cm^) 
in an in vitro flow system, to investigate bio- 
chemical changes resulting from hemodjmamic forces. 
After shear stress periods from 6 to 2A hrs., the 
cells were labeled with 0.25 mCi/ml ^^s-methionine 
for 30 min. followed by a cold chase wit1« complete 
medium for 30 min. Radiolabeled synthetic proteins 
were separated by 2 dimensional gel electrophore- 
sis. Isoelectric focusing gels were run in the 
first dimension under nonequilibrium conditions. 
SDS polyacrylamide slab gels with a A-15X linear 
gradient were run in the second dimension. Autora- 
diograms of gels from shear stressed cells show 
differences in location and lucensity of proteins 
synthesized. Differences to be analyzed are pro- 
teins from shear stressed cells which are not pre- 
sent in controls, indicating the synthesis of new 
proteins, and clear changes in spot intensity 
between experimental and control cells which we 
have observed. 
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BE9-D.4 

Effect of Hydrodynamic Stress on Intracell" 
ulav Metabolism of Human Umbilical Vein 
Endothelial Cells, L. V. Mclntir ^. M. U. 
Nollert, S. Diamond and S. G. Eskini^, Bio- 
oedical Engineering Laboratory, Rice Uni- 
versity, Houston, Texas, USA, 77251 and 
Department of Surgery, Baylor College of 
Medicine^, Houston, Texas, USA. 



The role of steady and pulsatile shear stress on 
human umbilical vein endothelial cells (HUVEC) 
intracellular metabolism was investigated using 
a parallel plate flow chamber* HUVECs were cul- 
tured as monolayers which formed one side of the 
chamber. Cells were incubated with ^ ^ C-labeled 
arachidonic acid prior to flow exposure. HPLC 
coupled with scintillation counting was employed 
to quantitate the kinetics of metabolite forma- 
tion. In 'some cases, specific metabolites were 
confirmed using radioimmunoassay. Stresses in 
the physiological range (0-30 dynes/cm^) have 
dramatic effects on HUVEC arachidonic acid me- 
tabolism. Both the magnitude and rate of change 
of stress appear to be important. Possible 
biochemical mechanisms of stress signal trans- 
duction and implications for protein synthesis 
regulation are presented. 



BE9-D.5 

MECHANISM OF HEhOOYNAMIC SEAR STRESS STIMlLATiai OF 
ErCOmiAL CELLS 

J.A. Frangos*dnd A. BiagyalakshTii 

The Pennsylvania State University, Ifepartnent of Chenfflcal 

Engineering, University F^rk, PA 

Blood rheology is a magcr modulator and effector of vascular 
cell response. One of the aspects of blood rheology that 
appears to be ioportant is fluid shear stress on the 
endotheliim. Changes in cell morphology, cytoskeleton, 
pinocytosis and metabolism are well docunented. Using 
prostacyclin production as a sensitive marker of the 
endothelial cell response, we investigated the mechanisn of 
shear stress stimulation of endothelial cells. The onset of 
shear stress leads to a transient burst in prostacyclin 
production which plateaus to an elevated steady state level. 
Increasing levels of shear lead to increased long-tenn 
production rates. Che'iation of extracellular calciun by 2iM 
EGTA inhibited the steady state phase, while chelation of 
intracellular calciun ty 30 pM quin-2 inhibited both initial 
and steady state phases. Inhibition of intracellular 
calciim mobilization by T^B-Q Inhibited only the Initial 
piBse. The calciun channel blocker nifedipine had no effect. 
These results suggest that the onset of shear leads to 
intracellular calciun mobilization, while extracellular 
calciun influx occurs in the long-tenn, but not via voltage 
sensitive channels. 

This work was supported in {»rt by NSF-EET 8708692 and 
PHS/Bionedical Research Support Grant. 



BE9-E.1 

Cytoplasn?.!c Calaum Response to Fluid Shear 
Stress in Vascular Endothelial Cells. J Ando.* 
and A Kamiya. Research Institute of Applied 
Electriaty. Hokkaido University. Sapporo 060 
Japan 

Vascular endothelial cells modulate their structure and 
functions in response to changes in hemodynamic forces 
such as fluid shear stress. We have studied how endothelial 
cells perceive the shearing force generated by blood flow 
and the substances(s) that may mediate such a response 
We identify cytoplasmic free calaum ion (Ca**). a major 
component of an internal signalling system, as a mediator of 
the cellular response to fluid shear stress. 
Cultured monolayers of bovine aortic endothelial cells 
loaded with the highly fluorescent Ca++-sensitive dye Fura 2 
were exposed to different levels of fluid shear stress in a 
specially designed flow chamber, and simultaneous 
changes in fluorescence intensity, reflecting the intracellular 
free calcium concentration ([Ca++J) were monitored by 
photometric fluorescence miaoscopy. Application of shear 
stress to cells by fluid perfusion led to an immediate several- 
fold increase in [Ca++J within 1 minute, followed by a rapid 
decline and finally a plateau somewhat higher than control 
levels during the entire period of the stress application. 
Repeated application of the stress induced similar peak and 
plateau levels of (Ca**J but at reduced magnitudes of 
response. 



BE9-E.2 

RESPONSES TO SHEAR STRESS OF A CULTURED VASCULAR 
ENDOTHELIUM 

L. Tamisler, A. Caprani, P. P^ronneau*. 

INSERM U. 256, H6p1tal Broussals, Paris, France. 

Endothelial cells from human umbilical vein, 
cultured under hydrodynamic stress are 
Investigated In order to specify the role played 
by the flow. The stress conditions are applied 
as soon as the beginning of the culture In order 
to be In steady state when the cell layer Is 
confluent. Electrical impedance measurements 
of the layer are performed to characterize the 
different structures of the layer and to detect 
their modifications. Thus we obtain a value 
of the junction resistance and of the membrane 
capacitance > and an electrical characterization 
of the extracellular matrix and of the 
macromolecular layer adsorbed on the cells. 
We follow the time variation of these parameters 
during a shear stress step and after comeback 
to the Initial value. We show that all these 
parameters are modified by the shear stress 
variation with high time constant values (several 
hours). In particular, we show at the junction 
level an Increase of the permeability that leads 
to an obstruction by the macromolecules of the 
medium. 



273 



ERIC 



1988 World Congress on ^ Medical Physics and Biomedical Engineering • San Antonio, Texas 253 



Biomedical Engineering Scientific Papers 
BE9-E.3 

Relation between Wall Shear Stress and Hicro- 
filament Bundles in Endothelial Cells in Canine 
Coronary Artery in vivo, A.Kitabatake*, 
J.Tanouchi, M.Uematsu, K.Ishihara, K.Fujii, 
Y.Yoshida, H.Ito, M.Hori, M.Inoue, T.Kamada, 
The First Dept. of Medicine, Osaka University 
School of Medicine, Osaka 553, Japan* 

To elucidate the mechanism of atherogenesis wi"'i 
respect to loral flow dynamics in the coronary 
artery, we investigated the relation between 
shear stress (SS) in vivo and the amount of 
microfilament bundles (MF) in the endothelial 
cells (EC) ir. the left anterior descending 
coronary artery (LAD) of 5 mongrel dogs* We 
obtained phasic flow velocity profiles using a 20 
MHz multigate pulsed Doppler flowmeter SS was 
determined as the velocity gradient at each wall 
multiplied by the blood viscosity. The velocity 
profile at its peak velocity in LAD skewed toward 
tho outer side. Thus the peak SS at the outer 
side was greater than that at the cardiac side 
(44.8+5.5 vs 21.2+4.3 dyne/cm'', p<0.01). The 
amount of MF in EC was evaluated by transmission 
electron microscopy as the ratio of the area 
filled with MF to the total area of EC (F/C). 
F/C at the outer side was greater than that at 
the cardiac side (18.9+9.8 % vs lA.A+7.1 %, 
p<0.05). These results suggest r*>at in the 
canine coronary artery, MF in EC increases under 
the condition of high shear stress in vivo as an 
adaptation zo its mechanical stress environment. 



BE9-E.4 

Vi scoe la St ic P rope rt y of Cul tu re d 
Porcine Aortic Endothelial Cells 
measured by the Kicropipette 
Technique, M. Sato*, N. Ohshima and 
R. M. Nerem, Univ. of Tsukuba, Ibaraki 
305, Japan and Gecirgia Inst, of Tech., 
Georgia 30332, U.S.A. 



Viscoelastic properties of cultured porcine 
aortic endothelial cells were measured using the 
micropipette technique for normal cells 
(mechanically or trypsin detached from the 
substrate) and the cells of which cytoskeletal 
elements were disti^pted by cytochalasin B or 
cole hi cine . I n t he micropipette t echn ique , a 
part of the cell was aspirated into the tip of 
the micropipette under a microscope by applying 
stepwise an aspiration pressure, A P. The time 
course of the aspirated length, L, into the 
pipette was measured from a TV monitor screen by 
replay ng the recorded video tape. The data was 
anelyi J in the form of the time course r;hanges 
in the stiffness parameter of the cell, K"Rx 
AP/(L/R), where R is the pipett- radius. It was 
found that the creep deformaticn process of the 
cells was composed of two dift-wicnt phases. The 
stiffness parameter was expressed as an 
exponental function of time in each phase. 



BE9-E.5 

Pulsatile Shear Stress Effects on 
Cultured Vascular Endothelial Cells. 
M.J. Levesque*and R.M. Nerem, Georgia 
Institute of Technology, Atlanta, 
Georgia 30332, U.S.A. 

The Influence of pulsatile shear stress on 
vascular endothelial monolayers has been 
studied using cultured bovine aortic 
endothelial cells on a Thermanox plastic cover 
slip positioned In a parallel plate, laminar 
flow chamber. Both steady and pulsatile shear 
stresses were employed, with peak values 
ranging as high as approximately 100 dynes/cm2 
and with exposure times up to 24 hours. The 
pulsatile flow environment consisted of a mean 
shear stress upon which a 1 Hz, sinusoidal, 
non-reversing component was superimposed. 
Measurements included both cell shape and cell 
mechanical properties for confluent monolayers 
and eel 1 prol i f eration for subconf luent 
monolayers. The results indicate that 
pulsatile shear stress produces significantly 
enhanced responses compared to that due to a 
steady shear stress. The results also suggest 
that vascular endothelia' cells cannot only 
recognize a fluid mechanic signal but can 
differentiate between steady and ./ulsatile 
flow. This ability to recognize differences in 
hemodynainic environment may be an important 
factor *m the determination of the focal 
pattern of atherosclerosis. 



BE9-F.1 

Flow Induced Proliferation of Endothelial Cells 
H. Masudai, K. Tohda, K. Kawamura, T. Shozawa, 
& A. Kamiya, 2nd Department of Pathology, Akita 
University School of Medicine, Akita, Japan, and 
Research Institute of Applied Electricity, Hokk- 
aido University, Sapporo, Japan 

It is known that vascular diamter is dependent on 
blood flow, although its mechanism has not been 
full> understood. We observed the morphological 
change of the endothelial cells which are loaded 
hy high blood flow. Arterio-venous anastomosis 
between the common carotid arteay and ipsilateral 
external jugular vein was constructed in dogs and 
rats. Endothelial cells in the shunted common 
carotid artery proximal to anastomosis where blood 
flow increased were observed histol , xcally and 
ultrastructurally. After A weeks, they increased 
from about 3,000/mm2 to 6,000/mn2 either in dogs 
or rats. A tracer study using BromodeoxyuriOAne 
(BrdU) indicated that they proliferated with cell 
division. Relative artery stenosis, about 2/3 of 
internal lumen, was constructed to the com/iion 
carotid artery of dogs. After A weeks, in the 
stenotic portion where blood flowed m high velo- 
city, endothelial cells were also much increased. 
We think elevated blood flow induces endothelial 
cell proliferation, which should be important to 
understand the role of blood flow m atherogene- 
sis. 
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BE9-F.2 

The Evidence of a NeM Kethod for Screening of the 
Atherosclerosis Based upon the Pulse Have Velocity 

Tan l9ing , Dazong Jiang * , Institute of Bioiedical 
Engineering, Xi*an Jiaotong University, Xi'an, China 

According to Koens-Xorteueg equation, pulse Mave velocity ( PUV ) 
Mill rise with the increasing of Young's eodulus and thickness of 
blood vessel Hall and decreasing of the vessel radius. It suggests 
that PHV Hill rise in patients Mith atherosclerosis and can be 
used to diagnose such disease . It is perferable that the vessel 
betneen aorta valve and carotid artery is chosen for aeasureaent 
for flany reasons . He define a new paraieter as pulse wave 
transiission tiie ( PHIT ) in this vessel segient and it can be 
aeasured on phonocardiograi ( PCS ) and CPT siiply . Because the 
true length of the vessel is very hard to leasure noninvasive^ 
but it is closely related with subject's height, Me prefer PHIT 
as an indicator rather than PHV where height is considered. Also 
several other factors are thought to have influence to PUTT in 
noriai subject, such as blood pressure ,body Height,sex,age, and 
I8SS index which should be considered.By a large asount of aea- 
sureients on healthy volunteers(Bore than 200), 5 nonlinear aulti' 
variate stati. tic fiodels were given and one of thea is thought to 
be pract^'^al in diagnosis where PHIT is non-linearly related Mith 
height and age only. The difference between PNIT aeasured and the 
expect healthy PHIT given by our aodel is considered to be the 
diagnosis criterion.lt is proved that can distinguish the aan 
healthy or ill by aany aeasureaents with patients who were dia^- 
nosisd Mith atherosclerosis. This result shows the new noninvasive 
diagnosis aethod for atherosclerosis disease is feasible, espe- 
cially for aass screening. 



BE9-F.4 

Atheroscerlosis Research Using MPI 

with Three-dimensional Vessel 
Reconstruction/ J. Rale*, J. Rapp, 
X-M. Pan and Kaufman, UCSF-RIL, 
400 Grandview Drive, 
South San Francisco, CA 94080 USA 



MRI is known to be effective in showing 
vascular pathology. However, it has not 
been used extensively in clinical situa- 
tions. One reason is the difficulty for 
those unfamiliar with tomographic images 
to understand them as they are most 
commonly displayed. 

We have developed sof^wa^e that converts 
cross-jecticncil images into the angio- 
graphic formats surgeons are more 
accnstomed to analyzing. The sof *:ware 
also reveals information no^ shown in the 
standard magnitude displays and films. 
Using three-dimensional reconstruction we 
have demonstrated a method of characteriz- 
ing lesions that is potentially more 
accurate than angiography, at least for 
large V3ssels. 

Our most recent work has been to explore 
the ability of MRI to detect the presence 
of thrombus. Early results are encourag- 
ing / and v/e are incorporating this new 
data into the three-dimensional display 
software. 



BE9-F.3 

Multi-channel Doppler ultrasound studies 
of arterial blood flow in human subjects: 
effects of interventions, including vaso- 
active agents. C. G. Caro*, N. Watkins, 
K.H. Parker, M. J. Lever, C. J. H. Jones, 
Physiological Flow Studies Unit, Imperial 
College, London, SW7 2AZ 



The occurrence of atheroma m arteries appears 
to t 2 correlated with the blood flow pattern. 
In adult human subjects the disease occurs 
preferentially at sites where the time-average 
wall shear is low. It has been found that 
these are also sites where the shear undergoes 
small pulsatile excursions and large variations 
in direction during the cardiac cycle. It is 
possible to alter the arterial blood flow 
pattern by means of pharmacological agents and 
cigarette smoking. vJe are now extending our 
studies on blood flow in the superficial 
femc^ * artery of healthy subjects using a 
muli channel Doppler ultrasound device. The 
device provides velocity profiles during the 
cardiac cycle as well as spatially averaged 
values. We are attempting to examine the 

effects of various interventions. 



BEIO-A.l 

Heart Rate Variability in Adults 
and Infants - An Overview R I Kitney* 
Department of Electrical Engineering, 
Imperial College, London SW7 2BT, UK. 



The field of heart rate variability 
(HRV) analysis in adults and infants 
has expanded rapidly over the last 
few years . The paper will review 
thase developments both in terms of 
signal processing and modelling and 
will provide an introduction to the 
HRV workshop. 

Tey areas to be covered are normal 
and abnormal HRV patterns in adults, 
and the use of HRV analysis in the 
study of autonomic neuropathy. HRV 
development in babies will also be 
discussed and the differing patterns 
of activity during the first year of 
life described. The final section of 
the paper will consider the role of 
HRV analysis in the study of SIDS. 
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Spectral analysis of vaziahilxty in laeuro- 
ve93tat£ve control systems: w&y and wften ? 
John M. Karemaker; Dept. of Physiology, AMC 
Meibergdreef 15, 1105 AZ Amsterdam, NT, 

Recent literattire has shown a revival of interest 
in the analysis of biological oscillators. 
Especially the quantification of variability in 
an easily measurable parameter such as heart rate 
has found many s\Q}porters. Parameters extracted 
from such spectra have been used to quantify 
alertness, psychological stress or cardiac 
health. However, the widespread application of 
this technique seems more likely linked to the 
distribution of confuting power than to our 
increased knowledge of the underlying physiology. 
Basic issues still are: is an observed 
periodicity due to 

a. a central nervous system instability in the 
' circuitry' that controls the observed 
phenanenon (ten5)erature, respiration, blood 
pressure, heart rate), or 

b. the fortuitous outcome of a set of coi^Jled 
oscillators, both in the CNS and periphery, or 

c. the ' tuned filter' behavior of a control loop, 
set in motion by noise-like perturbations ? 

As long as these questions are not settled we 
should refrain from too much interpretation of 
too scanty data on too caiplex a system as is an 
'unsedated sxabject, sitting quietly in a chair' . 



BE10-A.3 

24-HOUR ANALYSIS OF RiART RATE AND ARTERIAL BLOOD 
PRESSURE VARIABILITY SIGNALS 

S.Ce-utti:G.Baselli,M.Bertocchi,S.Civardi,A.Gu22et- 
ti,L.Furlan,A.Pagani,M.Pagani 

Department of Electronic Engineering, Politecnico 
ind Medical Pathology, University of Milano, Italy 



A procedure for the analysis of 24-hour EGG and 
arterial blood pressure variability signals is 
presented. These signals are processed through 
spec^lral analysis carried out via parametric 
techniques. Power density spectra are obtained on 
512 consecutive csrdiac cycles for the whole 24- 
hour petiod and a few parameters are extracted in 
each spectrum (normalized power in low frequency 
and high frequency bands and their ratio together 
with the classical mean and variance values). 
The plotting of such parameters provides 
quantitative indeces for the evaluation of the 
sympatho-vagal balance in the control of heart rate 
and arterial blood pressure. 

In particular, during the nocturnal hours there is 
a marked increase of high frequency components and 
a correspondent decrease of low frequency 
components. This fact may be explained by the 
predominant role elicited by the parasympathetic 
system during the night* 

This procedure of signal processing is actually 
routinely applied in a medical pathology department 
of a major university hospital in Milano for 
clinical purposes. 



BE10-A.4 

A model of short-term blood pressure and heart 
rate variability. 

J.J. Settelst K.H. Wesselirg, BMI-TNO, Academic 
Medical Center, Amsterdam, the Nehterlands. 

A continuous blood pressure recording shows surpri- 
sing variability. Short term variability includes 
components with periods of a few seconds to several 
hours. The most powerful short term hlood pressure 
stabilizing mechanism is the baroreflex, and the 
question is raised whether blood pressure variabi- 
lity exists in spite of the baroreflex or is media- 
red by the baroreflex. Blood pressure and heart 
rate variability were studied using noninvasive 
and invasive regis*-rations on patients and healthy 
subjects in conjunction wi^-h a model of a barore- 
flex and cardiopulmonary reflex controlled circula- 
tion. In the time domain, the significant level 
shifts in mean pressure sometimes observed in the 
24 hour day are difficult to reconcile with a pro- 
perly functioning baroreflex, but can be reproduced 
by baromodulation i.e. modulation of baroreflex 
loop gain nly, in terms of inhibition or facilita- 
tion of nervous activity. Since the baroreflex is 
fast acting changes in blood pressure can be fast 
also. In the frequency domain, proper random baro- 
modulation together with statistically independent 
random modulation of the vagal reflex gain on heart 
rate explains the pressure and rate power density 
spectral components around 0.1 Hz and below 0.05 
Hz taken in resting subjects. Periodic baromodula- 
tion explains spectral phenomena of respiration. 



BE10-A.5 

ASSESSMENT OF AUTONCWIC NERVOUS RESPONSES DURING 
AUTONOMIC STRESS TESTS BY POWER SPECTRAL ANALYSIS 
OF HEART RATE FLUCTUATIONS IN PATIENTS WITH 
IMPAIRED LEFT VENTRICULAR FUNCHON 
A.Tani^, Y.Ishida, Y.Yoshida, H.Kusuoka, M.Hori, 
A.Kitabatake, M.Inoue, T.Kamada, K.Kimura, 
T.Kozuka, The 1st Dept. of Med., Dept. of 
Radiol., Osaka Univ. Osaka 553 Japan 

To noninvasi\ ^ly assess the autonomic nervous 
activi ties, we developed a computer assisted 
method determining the autoregressive power 
spectral density (PSD) of ECG R-R interval 
f luccuations. Using this method, we studied the 
autonomic responses to orthostatic stress (OS; and 
cold pressor stress (CP) in 6 normals (NL) and 5 
patients with prior »nyocardial infarction (MI). 
Mean LV ejection fraction (EF) was 62±5 % 
(mean±SE) in NL and 48±8 % in MI. PSD contained 
two major components in power at low (O.lHz :LF) 
and high (0.25Hz jHF) frequency which have been 
assumed to -^flect sympathetic and parasympathetic 
activities, respectively. With OS, LF;HF ratio as 
a marker of sympatho-vagal balance increased from 
1.7±0.6 to 9.6±4.8 in NL but remained almost the 
same in MI. With CP, the ratio increased in both 
groups, 1.7±0.6 to 4.5±2.5 in NL and 1.1±0.5 to 
6.5±2.0 in MI. Thus in MI patients with decreased 
LVEF, the autonomic response to OS is blunted 
indicating decreased baroreflex responsiveness, 
although the response to CP is preserved. 

2:.Q 
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BEID-B..' 

RESPIR^.TORY SINUS ARRHYTHMIA: A PROBE 
OF AUTONOMIC CONTROL OF THE HEART 
J. Phi]ip Saul* , Ronald D. Bergcr, Richard J. Cohen 
HaivanJ Medical School and MIT, Boston, MA 

Modulation of both c?~^^ac sympathetic and parasym- 
pathetic efferent activity occurs with respiration. We 
developed and tested an efficient new technique to nonmvasive- 
ly investigate autonnnic cardiac control by using respiration as 
a frequency probe of the autonomic nervous response. The 
heart rate response to respiratory activity was detemiined in 14 
normal adults during 6 minute periods in which the respiratory 
rate was voluntarily controlled in a predetemiined but erratic 
fashion. Selective autonomic blockade, with either atropine 
(0.03 mg/kg) or propranolol (0.2 mg/kg), and changes in pos- 
ture were used to dissect the sympathetic and parasympathetic 
contiibutions. The gain and phase of the frequency response 
functions describe how the autonomic nervous system responds 
to a stimulus, in this case respiration, as a function of frequen- 
cy. We found that the sympathetic (standing + atropine) 
response is characterized by maAedly reduced gain above 0.1 
Hz and a phase delay, while pure vagal (supine + propranolol) 
modulation of heart rate is 
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characterized by higher gain 
at all frequencies and no 
phase delay (figure). The 
data provide the basis for 
noninvasively quantifying 
the sympathetic and vagal 
components of cardiac con- 
trol in an individual, and the 
technique should be useful 
in the diagnosis and 
management of autonomic 
dysfunction. 

BE1D-B.3 

A study of the human Barer ef lex System by Heart Rate 
Variability spectral analysis during anesthaesia 

B.J. ten Voorde*, G.J.Scheff er , Th.Faes, O.Rompelman 
Medical Physics Group, Vrije Universiteit Amsterdam 
POB 7161, 1007 MC Air.sterdam, The Netherlands 

Short term regulation of arterial blood pressure is 
largely a function A the autonomic system through 
baroreceptor reflexes. Two effecto^ mechanisms are 
heart race, mediated para- and sympathetically and 
vasomotor control, mediated only sympathetically. 
Heart Rate Variability (HRV) spectra reflect these 
autonomic functions in low frequency (LF) power, 
related to blood pressure variations and high fre- 
quency (HP) activity, respiratory sinus arhythmia. 

We developed a bedside HRV data-acquisition/proces- 
sing system to perform clinics! HRV studies. We 
studied HRV spectra during selective blockades of 
autonomic efferent pathways: - Blockade of vagal 
baroreflex control of heart rate caused a dramatic 
decrease of boch LF and H? ilRV power; - Blockade of 
the sympathetic baroreflex control loop of vasomotor 
activity through e* idural analgesia did not alter HP 
nor LF power in HRV significantly for the group of 
patients studied. 

The strong vagal influence on heart rate control is 
a well known phenomenon. The latter result though 
raises new questions around the origin of LF HRV, 
which is believed to be inherent to the vasomotor 
baioreflex loop. Possible explanations will be dis- 
cussed . 



BE10-B.2 

On respiratory variations in blood pressure 
non-related to sinus arrhythmia, P. Riu*, J. 
Colominas, J. Rose!!, and R. Pa!!as-Areny, 
Div. Instrumentacion y Bioingenieria, ETSI 
Teiecom, Box 30002, 08080 Barcelona, Spain. 

. xd pressure is subject to the simultaneous influ- 
ence of several actions, including respiration. This 
produces a sinus arrhythmia (RSA) which is the main 
factor considered when analyzing respiratory varia- 
tions in blood pressure. There is a frequency modula- 
tion of the arterial pulse wave which is apparent also 
in the ECG signal. 

Our results in normal subjects indicate that there is 
a considerable difference in the cardiac frequency 
measured beat to beat depending on whether it is 
calculated from the ECG or the external pulse wave. 
This difference persists independently of the algo- 
rithms applied for the measurement. By subtracting 
both frequencies, nnd interpreting the result as a 
time signal sampleu at non-.egular intervals corre- 
sponding to the instantaneous cardiac period, this 
shows a good correlation with the respiratory signal 
(nasal thermistor). This indicates that, aside from 
the FJSA, there are Her respiratory influences on 
blood pressure, perhap^ through the variation of the 
pulse wave velocity as pointed out by several authors. 
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SOME RECENT RESULTS IN THE ANALY^ W RATE 

VARIABILITY IN DIABETIC NEl 
Th.J.C.Faes*, P.Lanting, B.ten Voorc ^ompelman, 
J.J.Heimans.Medical Physics Group, Free University. 
POB 7161,1007 MC Amsterdam, The Netherlands 

Diabetes Mellitus may affect the autonomic nervous 
system. An observable effect is the change in heart 
rate variability (HRV), caused by the reduced in- 
nervation of the SA-node. Different techniques of 
HRV anal> is are used to diagi ^se diabetic neuro- 
pathy. Spectral analyses of HRV offers an usefull 
tool fcr analysing both sympathetic and parasym- 
pathetic influences on HRV. 

Instrumentation has been developed that allow for 
un-line bedside analysis of HRV different statis- 
tical HRV-paramet6rs as well as spectra are 
estimated; the results are available immediately 
after finishing the measurement. 
So far we measured HRV in 7A healthy adults and in 

adults suffering from diabetic neuropathy. 
We found e.g. that in adults with diabetic neuro- 
pathy the energies in frequency bands round the 
respiratory frequency and the Baroreflex Oscilla- 
tion Frequency (BOF) are reduced. The obsCiVation 
that the BOF is shifted ;o lower frequencies and 
that the BOF and the IE- 'alue are correlated 
(R=0.8, p 0.02) suggests that the BOF is also 
under parasympathetic infi,<<ince. 
Specu.al analysis of H,^V has proven to be possible 
in clinical practice ai,d provides a method to 
analyse the sympathetic and parasympathetic 
influence on HRV separately. 
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BE10-B.5 

Neonatal Vagal Tone: 
Diagnostic and Prognostic IqpHcatlons 
Stephen W. PorgesJ Ph.D* 
HuiHcn Development and Psychology 
University of Maryland 

Heart rate patterns have long been used In 
neonatal assessment* Underlying this research 
IS the assumption that heart rate variability 
IS a manifestation of central mechanisms 
mediated primarily via the vagus nerve. Our 
laboratory has conducted a number of studies 
demonstrating that accurate quantification of 
re-piratory sinus arrhythmia provides a 
sensitive measure of cardiac vagal tone. This 
presentation will focus on onr application of 
the vagal tone measure with normal and high 
riSK neonates. Studies will be present3d 
describing: the relationship between neonatal 
vagal tone and clinical outcome? the 
development of vagal tone in the pre-term 
infant; the influence of sleep state on vagal 
tone; the relationship between vagal tone and 
duration of hospitalization; the relationship 
between vagal tone and autonomic reactivity to 
medical procedures such as circumcision, lumbar 
punctures, and gavage feeding. 



BEIO-C.l 

u r. ^" Healthy, Fullterm Neonates% 
n n^l^^^^l ^ ^y^^^' ^- D. Davet and 

D. Giddens, Enjory University School of Medicine 
Geov-gia Institute of Techno7ogy 
Atlanta, Georgia 3033i: 
fun^r!^ .^^^on studied Heart Rate I'ariability 
IHRVJ in 20 normal fulllerm infants during 
quiet sleep, between 30-60 hrs. postndtally. 
Using spectral analysis, we examined the fol- 
lowing: low frequency power(.04-.20Hz), res- 
piratory sinus arrhythmia (RSA) power (i.e. 
power at peak respiratory frequency +/-.2Hz)! 
total power, and respiratory rate. For data 
obtained from stable 100 second records our 
^ u??.! l^^^ groups. Group A infants 

exhibited a greater RSA power and lower res- 
piratory frequencies (.5-.7Hz), whereas Group 
B infants had very little RSA power and 
frequencies of ,7Hz or above. Slopes of low 
frequency (LP) and RSA powers vs. total power 
were significantly different for the two 
?n?"?'^r^ ^^nll (r=.89); RSA vs. 

f^ L^^KA"^^^^^^' vs. total .73 

(r=.99); RSA vs. total .04 (r=.72). 

Our experience with HRV in healthy adults 
and in preterm infants suggests that the Group 
A fullterm neonates have spectral character- 
istics similar to adults while the Group B 
neonates tend toward preterm behavior. The 
quantitative indices derived from HRV spectral 
analysis in this investigation may thus be of 
value in the study of maturation of CR control. 



BE10-C.2 

A STUDY OF CARDIOVASCULAR REGULATION USING HARMONIC 
ANALYSIS David Gordon*, Div Cardiology, Children's 
Hospital of Philadelphia, Philadelphia, PA 

A retrospective clinical study of 44 infants and 
children that had serious heart disease conducted 
June 1983 to July 1985 at The Children's Hospital 
in Boston, and The Children's Hospital of Philadel- 
phia using a bedside rftonitor that performed heart 
rate and respiratory activity spectral analysis re- 
vealed that specific spectral "Patterns of 18 pa- 
tientc wno sustained a cardiac rest differed sig- 
nificantly from others in the study group (p<0.0001). 
We report here the results of a double blinJed clin- 
ical study from December 1986 until January 1988 on 
404 patients whi.ch constituted approximately 90% of 
the postoperative cardiac surgical patients. The 
patients were monitored for approximately 24 conse- 
cutive hours after surgery. The fundamental premise 
of these investigations is rooted in the conjecture 
that quantifying fluctuations in heart rate and res- 
piratory activity are sufficient to provide sensitive 
and specific indicators of impendi.ng and in process 
cardiorespiratory life threatening events* Implicit 
in this investigation is the impact that evolving 
patterns of surgical and intensive care management 
will have on the indicators discovered in the pre- 
vious study. This conjecture will be tested, and 
the evolutionary changes in patient management will 
be correlated with the dynamical process studied 
using methods which have their origins in the har- 
monic analysis of multiple time series. 



BEID-C.a 

DETERMINATION OF SLEEP STATE USING RESPIRATORY 
VARIABILITY Gabriel G. Haddad*. and Tze L. Lai, 
DePt Pcdiatricsi Columbia Univi Coll of Physicians 
and Surgeons I New York> NY 

It is known that cardiorespiratory variables in 
rapiti eye movement (REM) sleep are different from 
those in quiet sleep (SS). We thus asked whether 
such variables can be used for the determination of 
sleep state. We studied nine normal full term in- 
fants at 1 and 4 months of life. EEG, EOG, and Post- 
ural muscle EMB were recorded. Means of RR interval, 
respiratory cycle time (T^ot) and tidal volume, and 
coefficients of variation <CV) of the same variables, 
were obtained for 30-s intervals throughout each 
sleep study. We developed a statistical decision 
rule using of Ttot for the classification of REM 
and as in blocks of 5-min Periods. Of 05 epochs 
staged as fif^ by neuroPhysio logic and bahavioral cri- 
teria, 79 epochs (or 935&) were classified correctly 
as as using our decision rule. Of 85 epochs £,taged 
as REM sleep, 84 were classified as REM sleep <ind 
only 1 misc.assified as QS. We conclude that in 
young infants 1) the variability of cardiorespiratory 
parameters ran separate quiet from nonquiet sleep 
better tha;* the mean values and 2) sleep staging 
using a decision rule based on CV of respiratory 
cycle time can be Performed with high degree of 
accuracy. 
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BE10-C.4 

RESPIRATION AND R«R INTERVAL TIME SERIES IN SLEEP 
APNEA - Toshi-Hiro Nishlmura*, Dept. of Elec. 
Eng., Oita Univ., 01 ta, JAPAN 

This study describes a method of evaluation 
about the information of respiration and heart 
beat obtained from the newborn. It is possible to 
estimate sudden infant oeath syndrome in advance 
by investigating cross correlation between respi- 
ration and R-R interval in stationary state and 
sleep apnea. 

The alternation of interval on wave form is cal- 
culated by the information of ECG which is detect- 
ed from the newborn. The envelope on respiration 
waveform is calculates by the information of res-, 
piration which is detected from the foregoing new- 
born. This envelope is saupled every R-R interval 
on the information of ECG. Cross correlation be- 
tween the alternation of interval on waveform from 
the foregoing information of ECG and the envelope 
on respiration which is sampled are calculated. 
This method is constructed so that the relation 
between advance and delay of respiration and R'^R 
interval in which the value of cross correlation 
is large is evaluated. 

By loregoing results of cross correlation, it is 
shown that cross correlation between respiration 
and R-R interval is changed from stationary state 
within a few minutes before nerve center type 
sleep apnea. By calcuXaLlng automatically cross 
correlation between respiration and R-R interval, 
for example, it is possible to find Just a few 
minutes before sleep apnea state of newborn and to 
inform the state. 



BE10-C.5 

The Transmission of Circulatory Disturbances to 
the Neonatal Brain. 

S Bignall,* R I Kitney and R P A Rivers 
Dept of Paediatrics, St. Mary»s Hospital Medical 
School, * Department of Electrical Engineering, 
Imperial College. London, UK. 

Abnormal patterns of cerebral blood flow 
velocity (CBFV) have been shown to be associated 
with brain damage in the preterm infant. We 
have previously demonstrated that sign"' 
processing techniques applied to bio' essure 
and CBFV waveforms can reveal dis'* ^ of the 
regulation of brain blood flow in nfants 
undergoincr ^..,censive care. The CBFV disturbances 
arise from modulation phenomena produced by 
respiration and spontaneous motor activity. 

Hitherto these events have been considered 
to be stationary phenomena. However, more 
detailed analysis has revealed complex inter- 
actions between blood pressure and CBFV. 
The elucidation of these interactions requires 
the use of signal processing techniques which 
are capable of tracking non-stationary events 
on a short time basis. The methods which will 
be described are also capable of investigating 
the degree of chaos in the system under study. 



BEll-A.l 

€ont/*ol'Space Diagj^ame fo^* Flow Through 
Collapsed Tubes, CD. Bertram* 
University of New South Wales, Australia 2033 

The operating points for a Starling resistor can 
be described on axes of pressure drop along the 
tube, flow-rate, and transmural pressure at the 
downstream end (Pe2) » ^ curved surface which is 
independent of external conditions, i.e. para- 
meters up- and downstream of the tube. The 
stability of an operating point depends on both 
Internal and external conditions, and so at each 
parameter combination the surface is partitioned 
differently into regions of distinct behaviour. 
No special advantage is then possessed by this 
presentation. Position on a g-'.ven surface is 
determined by two control variables, here upstream 
pressure and external pressure p^. The surface 
can be mapped onto a plane with these axes. How- 
ever, for a given p^, the interesting behaviour 
regions are traversed in a relatively small p^ 
range about a p^ increasing linearly with Py. The 
resulting control-space diagrams contain zones 
which cannot be attained experimentally by setting 
Pu then altering p^, because p2 changes dlscontln- 
uously as the tube collapses or changes oscillat- 
ion mode. Other regions of behaviour show three 
distinct frequency ranges plus, at unexpectedly 
moderate Pu and Pe2> yet-hlgher-frequency oscillat- 
ions vhlch may be modulated by the low-frequency 
modes. 



BE11-A.2 

Effect of Entrance and Outlet Rigid 
Pipes on Flow in Collapsible Tubes, 
Y. Matsuzaki'^ and T. Mat sumo to, Nagoya 
Universit, Dept. Aeronaut. Engng., 
Chlkusa, Nagoya, Japan 464 



In ordei to study self-excited oscillations of a 
finite-length collapsible tube, a simple two- 
dimensional flow channel is used together with 
Cancelli and Pedley's one-dimensional flow 
th**ory which may account for the pressure loss 
due to flow separation. A flexible part of the 
flow channel consists of two elastic membranes, 
and entrance and outlet rigid parts are made of 
pairs of parallel rigid walls. The analysis 
includes the effect of longitudinal membrane 
tension caused by an initial strain and membrane 
deflection. For the entrance and outlet rigid 
channels, the inertia of fluid mass and visccus 
resistance due to the walls are also taken i»^to 
account. Numerical results show that the 
entrance and outlet rigid channels have a groat 
influence on the flow characteristics. For 
initially unstrained membranes, the amplitudes 
of membrane and flow oscillations are small. On 
the other hand, when the membranes are less 
flexible because of the initial strain applied, 
the oscillations become large and chaotic. 
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BE11-A.3 

Characteristics of Shock-Wave propagating 
throi.gh a partially collapsed Rubber 'Hibe, 
^f• Sniini2U*,Tokyo Institute of Technology. 
2-12-1 Ookayama Meguroku Tokyo, Japan. 

As observed in Korotokoff sound generation, a steep 
asending limb (shock-wave) is formed when a 
compression wave is travering down a partially 
collapsed blood vessel or rubber tube. Behavior of 
the tube in the shock-wave region has not been k.iown 
well and many hypotheses are proposed. To make deir 
the relation between the vessel cross-sectional area 
and the transnural pressre (tube law) in the shock- 
wave regeon, an r:;perimental study using a thin 
walled silicone rubber tube has been conducted, in 
which rubber tube diameter and internal pressure are 
measured at the same location and simultaneously. 
From the experiment, it has been known that, when the 
degree of collapsion is low, the tube law obtained 
with the assumi don of no energy loss at the shock 
region agrees well with the real one. 



Bi"ll-A.4 

Flow Limitation and Flutter Phenomena in 
Collapsible Tubes J.B. GrotlargT N. Gavriely, 
T.R. Shee and D.W. Cugell, Northwestern 
University, Evanston, Illinois 

We studied flutter in collapsible tubes as 
a possible mechanism for the generation of 
respiratory wheezes. The pressure -flow relation- 
ships and the wall oscillations of thick-walled, 
self-supporting latex and Silastic tubes mounted 
between rigid p^pes were mc-asured. i-J« fcj^d loud 
ht/nking sounds anu tube wall oscillations that 
occurred only wbon the tubas w^^re buckled and 
flow- limiting, i.e. when the flow became con- 
stant and independent of downstream driving 
pressure. The overall range of oscillatory 
frequencies was 260 to 750 Hz for air flow, 
presenting as sharp peaks of power on the fre- 
quency spectrum. The oscillatory frequencies 
were higher at higher fluid velocities and with 
nai-iTOwer distance between opposing flattened 
walls. The experimental data were compared with 
predictions of our fluid dynamic flutter theory 
and the vortex-induced wall vibrations 
mechanism. The results of the tube experiments 
and the theory predictions are consistent with 
measurements of flow limitation and whee-in^ 
breath sounds made by our group on excised dog 
lungs and in normal human subjects. 



BE11-A.5 

Stability of the flow through a 
collapsible tube mounted in a rigid 
hydraulic circuit, J.W. Reyn*, Delft 
University of Technology, Department 
of Mathematics, P.O.Box 356, 2600 AJ 
Delft/ The Netherlands. 

There is investigated how wave propagation m the 
flow through a nearly cylindrical collapsible tube 
filled with an incompressible, mviscid fluid in- 
teracts with the flow in the upstream and down- 
stream rigid segments of the hydraulic circuit m 
which the collapsible tube is mounted. This leads 
to the study of eigenmodes of the classical wave 
equation satisfying somewhat unusual boundary con- 
ditions dictat'id by the matching of rigid and 
flexible parts of the circuit. The characteric 
equation/ determining the frequencies of the ei- 
genmoC^S/ is of a transcendental quasi -poly nominal 
type ana the location of its roots is analysed. It 
appears that for ^ubcritical flow (S<1J all eigen- 
modes are dan5)ed/ whereas for supercritical flow 
(S>1) also growing eigenmodes ex^st. Here S is the 
index being the ratio V/C, where v is the fluid 
speed in the collapsible tube and C the speed of 
wave propagation. 



BEll-B.l 

Flow Induced Instability of Collapsible Tubes 
P.M.Webster; and C.^^lsh 

Univ. of Toronto Inst, for AErospace Studies/ 
and Faculty of Medicine, Toronto, Canada. 

irxoblems in ^lysiologic fluid flow have stiitiu- 
lated the development of continuum mechanics 
from its infancy. Euler described the gover- 
ning equations for one dimensional flow in 
collapsible tubes. Their solution models flow 
limitation m the caval and cerebral veins / the 
membraneous urethra, the airways and elsev^iere. 
Ihe dynamic instabilities accarpanying flow 
limitation, most obvious as the wheeze of 
forced expiration, are not modeled by these 
equations. Two dimensional linear models of 
uniform channels do yield dynamic instabilities 
but not flow limitation. Other approaches 
include relaxation oscillations, vortex shedding, 
and one dimensional models with longitudinal 
tension. Experiments with a latex membrane 
stretched over ^ rigid channel th a local 
minimum depth sacM a pressure profile similar to 
open channel flow limitation and aerodynamic 
chokes. Dramatic, growing, waves move down- 
stream from the constriction suggesting aero- 
elastic flutter in the rec^dcn of supercritical 
flow, ^-fe will present higb speed ^totogra^iy 
(5000 frames/s) and preliminary numerical 
solutions in the context of a general review of 
the medical implications of such ^lenonnena. 



ERIC 



9 n 
o (y 

1988 World Congress on Medical Physics and Biomedical Engineering • San AntonSo, Texas 



Biomedical Engineering Scientific Papers 



BE11-B.2 

Simulation of Flow Pattern During Forced Expiration^ 
D. Elad*, R.D. Kamca, and A.H. Shapiro, Tel Aviv 
University, Tel Aviv 69978, ISRAEL, and Massachusetts 
Institute of Technology, Cambridge, MA 02139, U^.A. 

Flow limitation during forced expiration is simulated by a 
mathematical model which is based on methods of analysis 
for one-dimensional flow in collapsible tubes. Airway com- 
pliance is modeled using a semi- empirical, lung- volume dep- 
endent tube law with the tethering effects of the parenchyma 
lumped into the wall properties of the airway. This mimicks 
the parenchymfil-bronchial interdependence for collapsed air- 
ways, and provides a n^^ie realistic representation of airway 
collapse, llie maximal flow- volume curves generated by the 
model compare well with physiological data. For the first 
time, the pattern of steady flow downstream of the flow lim- 
iting site (choke point) is computed, including regions of sup- 
ercritical flow and elastic jumps. The model examines the 
effects of effort ii: excess of that required to limit flo«. In 
addition, the effects of airway closure and fiuid conipressibil- 
ity are incorporated mto the model and their contribution to 
the flow-volume curve is analyzed. 



(Supported by HL-33009 and Bat-Sheva de Rothschild 
Foundation) 



BE11-B.3 

Urine flow through the ureter, D.Griffiths* 
Erasmus University Rotterdam, Netherlands 

The ureter is a collapsible, muscular tube 
that conveys urine from the kidney to the 
bladder. Peristaltic contractions move 
successively along it towards the bladder. 
A fundamental property of a collapsible 
tube is the "tube pressure" at which it 
collapses. At a "compressive zone" (a 
region of elevated tube pressure) the velo- 
city of a flowing fluid may reach a criti- 
cal value and in this case the compressive 
zone controls the flow pattern. A peri- 
sta.ltic contraction represents a moving 
compressive zone. Lubrication-theory 
analysis shows that it is potentially able 
to pump urine th.jugh the ureter at flow 
rates up to a maximum "carrying capacity". 
Th reality is more complicated: (a) at 
low peristaltic frequencies sometimes no 
contraction is present in the ureter and 
uninterrupted discharge from kidney to 
bladder may occur; (b) urine is discharged 
into the bladder against an outlet resist- 
ance, including the bladder pressure itself 
Many different flow patterns are possible, 
in most of which peristalsis acts as an 
inefficient pump, allowing bladder pressure 
changes to be transmitted to the kidney, or 
even hindering the urine flow. Experiments 
in piqs illustrate these conclusions. 



Transitions Between States of Subcritical Flow in 
Tubes That Do Not Close at Negative Transmnrs] 
Pressure, Theodore A» Wilson* Depar^r.enl >f Aero- 
space Engineering and Mechanics, University of 
Minnesota, Minneapolis, Minnesota 55^^55 U»S.A. 

Certain features of maximum expiratory flow curves 
of some canine lungs suggest that }l:,iiting flow 
through the airways is not unique* 
There is a msixlmum flow that can pas.s u.^'ough a 
collapsible tube if the tube is sufficiently 
compliant. A lower flow is allowed at either of 
two values of lateral pressure and tube area. At 
the higher pressure, flow is subcritical; and at 
the lower pressure, flow is supercritical. 
Transitions from supercritical to subcritical 
flows are allowed; reverse transitions arc not. 
If the tube does not close at large negative 
transmural pressures, a given flow can pass 
through the tuve at three values of lateral 
pressure* It appears that transitions between 
the subcritical flow states, the states with 
the lowest and highest values of lateral pressure 
may be allowed. If wnose transitions occur, the 
f lo. through a collapsible tube with axially 
varying properties is not unique and f low-limit- 
ation-at-wave- speed could occur for different 
flows. 

Supported by National Heart, Lung, and Blood 
Institute Grant HL-215BU. 



BE11-B.5 

A Non-Homogeneous Model for Human 
Expiratory Flow, R.K. Lambert^ Massey 
University, New Zealand. 

The merging of two dissimilar flows in a 
tube junction is underspecified by the 
conservation laws of mass and energy. One 
mere relationship is needed. The empirical 
equation of Wilson et al (JAP 59:1924- 
1928,1985) has been used in conjunction 
with the computational model of Lambert et 
al (JAP 52: 44-56,1982) to develop two-lobc 
models for expiratory flow from non- 
homog.'jneous human lungs. Cases 
investigated include both maximal and 
partial forced expirations as well as steady 
sub-maximal flows. The investigations were 
carried out with asymmetric peripheral and 
middle airways constrictions with both 
central and more peripheral mixing of the 
flows and with and without .eiitral flow 
limitation. The effects of variations in 
regional lung compliance were also studied. 
Supported in part by grant HL 21584. 
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BE12-A.a 

The exf'ifence of steady flow in a collapsed tube 
O.E. Jensen* and TJ.Pedley, Department of Applied 
Mathematics and Theoretical Physics, Silver Sreet, 
CamKfidge CB3 ^>FM. England. 
Self*excited os*,illa\jons arise during flow through a pres- 
surised segmeL** of collapsible tube, for a range of val- 
ues of the time-mi<ipendent controlling pressure.'^ (up- 
stream, downstream and external). They come about 
either because there is a steady flow corresponding to 
these pressures, but it is unstable, or because no steady 
flow exists. We investigate the existence of steady flew 
in a one-dimensional collapsible-tube model, which takes 
account of both longitudinal tension T and jet energy 
loss E downstream of the narrowest point. For a given 
tube, the governing parameters are 2\ flow-rate Q, and 
transmural pressure P at the downstream end of the col- 
lapsible segment. For any fixed P and T there are two 
critical flow rates Qi and Q2. For Q < Qi, two col- 
lapsed solutions exist when E — 0 but only one when 
7^ 0; for Qx < Q < Q2 there are no solutions when 
^ = 0, but one solution (with the upstream part of the 
tube distended and the downstream part collapsed) when 
76 0; for Q > Q2 there exists only a solution with the 
tube everywhere distended and E - 0, The results are 
compared with those of Reyn (theoretical) and Bertram 
(experimental). 



BE12-A*3 

Expiratory Flow in a Collapsible Bifurcation, 
D. Katz . D. Elad. and S. Einav, Tel Aviv University 
Tel Aviv 69978. ISRAEL. 



The bronchial tree is a complex system of br '-jhing compli- 
ant tubes. During expiration, air is flowi'^ i'rom the peri- 
pheral daughter tubes into the parent tubes, until it converges 
to a single stream in the trachea and expelled from the 
mouth. The airways are flexible tubes which undergo major 
geometrical changes, especially during forced expiration. In 
this study we present a one-dimensional simulation of air 
flow through a simplified model of a single Y-bifurcation. 
The bifurcation is assumed elastic and its mechanical proper- 
ties a^e defined by a modified tube law. The mode^ is 
numerically analyzed by the two steps MacCormack method 
which was found suitable for such type of fluid-structure 
problsms. Numerical calculations were performed for two 
different streams that enter the bifurcation with either sub- 
critical or supercritical flows. Preliminary results show that 
the interaction between the daughter streams, while merging 
in the parent tube, final flow pattern. It is also 

observed that the angle between the daughter tubes has a sig- 
nificant effect on the degree of merging of the flows. The 
results mdicate that flow limitation (choked flow) as well as 
elastic jumps may occur in the parent tube due to the initial 
conditions at the entrance. 



BEia-A.2 

Dynamic Measurement of the Geometry of Fluid 
Filled Collapsible, lubes, D. Elad*, M, Sahar, 
S. Einav, J.M. Avidor, R. Zeltser, and N. Rosenberg, 
Tel Aviv University, Tel Aviv 69978, ISRAEL. 

Physiological flows such as blood flow in veins or air flow in 
the lungs can be simulated by flow throui'i collapsible tubes. 
When the external pressure exceeds the interna' pressure, the 
tube is partially collapsed and attains a multitude of complex 
cross sections. The contour of the tube is determined by the 
local dynamic equilibrium between the moving fluid and the 
properties of the tube wall. Since any physical contact with 
t** tube alters the dynamic equilibrium, existing techniques 
are capable of measuring cross-sectio.^al areas only. The 
cross sectional contours have not yet been experimentally det- 
ermined. Experimental data of the tube geometry is particu- 
larly important for better understanding of large amplitude 
wave propagation and the overa*. fluid dynamic behavior 
across an elastic jump. This work presents experimental res- 
ults of fluid flow through a collapsible tube (latex tube), in- 
cluding the measurement of the tube geometry by a novel 
non-contact technique, based on the Rasten^tereography 
method. Thu three-dimensional geometry of the tube is rec- 
onstructed from the images of the tube by advanced tech- 
niques of image processing. Here we report on representative 
results of steady flows at different combinations 0; flow iates 
and chamber pressure. However, the technique success- 
fully measure dynamic changes of the geometry, of u fluid- 
filled elastic tube and provide new experimental data which 
is useful for analytical predictions. 



BE12-A.4 

0 so i illations in a Collapsed-Tuhe Analog of the 
bxuchlul Xptevjj under a Sphygmomanometer Cuj'jy 
CD, Bertram* and C,J. Raymond, University of 
iN'ew South Wales, Australia 2033. 

beCdust the dynamics of a Starling resistor (SR) 
are strongly influenced by the diverging flow at 
ttte downstream end, where the most collapsed cross- 
section rapidly changes to the (usually) circular 
attachment, it has been suggested that SR oscill- 
ations have little application to physiologicax 
vessels. To demonstrate that the oscillations do 
not depend on the presence of an unphyslologically 
abrupt change from compliant t.o rigid tubing, a 
silicone rubber tube of length 30.7 Inside diameters 
and wall thickness-to-radlus ratio 0,3 was set up 
passing through a larger-diameter compliant tube 
stretched between the rigid pipes of a short SR 
pressure chamber, sj that under externax pressure 
the outer tube pressed on the tube and the two 
collapsed together. The outer tube stretch ensured 
that the compressive force applied to the Inner 
tube over Its central 10.3 diameters was reduced to 
ze-o smoothly at the ends of the central section. 
The Inside diameter of the SR chamber pipes wuS 
Sufficient that the Inner tube passing through did 
not contact opposite sides even if collapsed. 
Operating points have been mapped as for a SR. 
Oscillations at frequencies from 3.2 to 320 Hz have 
been observed. 
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BE12-A.5 

Numerical Simulation of Flow in the Trachea, 
Incorporating a Membrane Wall Model, C. Walsh*, 
P. A. Sullivan and J. S. Hansen, UTIAS, 
Dufferin St., Downsview, Ont,, Canada, M3H 5T6 

Flow limitation and wheezing occur during forced 
expiration and the quantitative observation's of 
flow rate, pressure and frequency have been matched 
by previously published experimental results from a 
mechanical model of the human trachea. This pres- 
entation deals with a nonlinear, one-dimensional, 
numerical simulation of the 'mechanical model. In 
contrast to past analyses using tube law plus 
constant axial tension models, the present analysis 
leads to a natural dependence of axial tension on 
transverse displacement. Further, the axial 
tethering constraint implicit in the tube law 
approach can be dropped, allowing membrane intrtia 
to enter through the wall axial equation of motion. 
We have examined axi symmetric flow through an 
annular duct with an axially tethered membranous 
inner wall and the dependence of axial tension on 
radial displacement causes only minor modifications 
to the predicted behaviour. It is anticipated 
that dropping the tethering constraint will have 
more dramatic consequences. 



BE12-B.1 

The Effect of Respiratory Static Volumes 
on Heart Vdve Sounds, C.S. Lessard, 
J.J. Im* and J. Lay, Texas A&M University, 
College Station, TX 77843 
The effect of respiratory static volumes on heart 
sounds as obtained from a tracheal microphone may pro- 
vide an insight mto the relationship between respiratory 
statir volumes and heart sounds. Spectral analyses of 
the first heart valve sounds(HVSl), the second heart 
valve sounds(HVS2)5 and the combination of the first 
and second heart valve sounds(HVS3) \feTe obtained at 
the four different respiratory st. ic volume conditions, 
i.e.. breath held following normal tidal volume inspi- 
ration, normal tidal volume expiration functional in> 
spiratot} capacity, functional expiratory capacity. The 
Cooiey-Tukcy FFT algorithm was applied to the HVS 
data to obtain an estimate of HVS spectra. Descrip- 
tive statistics, i.e., peak frequency(FPK), mean power 
frequency(MPF), bandwidth(BW) were calculated from 
the frequency sp ^tra of HVS at the four conditions. Fi- 
nally, the respiratory effect on heart valve sounds was 
obtained by the analysis of variance procedure for a two- 
way classification resulting from a factorial experimen- 
tal design. The results indicate that the HVS2 spectra 
are affected by the respiratory static volume conditions. 
The HVSl spectra and the HVS3 spectra are unaffected 
by the respiratory static volume conditions. 



BE12-B.2 

Characterization of Hemorheology 
in Total Artificial ^Heart (TAB) 
Implantation, T. Hung* D. Butter, 
C. Yie, R. Kcrmos, H» Borovetz, 
B. Griffith and R. Hardesty, 
University of Pittsburgh 
, Pittsburgh, Pa., USA 



Blood rheology was examined in 14 patients 
who underwent from 2 to 35 day^ of Jarvik- 
7 TAH support as a bridge to cardiac 
transplantation. Rheological abnormali- 
ties observed included increased RBC 
rigidity^ increased blooa viscosity and 
elevated fibrinogen concentration . Using 
the non-Newtonian Casson fluid model, 
blood viscosity was expressed in terms of 
ultimate Newtonian viscosity (UNV), 
yield shear stress (YSS) and shear rate. 
Experimentaa. results showed that UNV for 
our TAH patients was within normal range, 
however, YSS was from 13 to 38% above 
normal. These results indicate that 
increased RBC rigidity and fibrinogen con- 
centration are major causes of increased 
blood viscosity, specifically high YSS, in 
these patients. 



BE12-B.3 

Non-invasive study of hemodynamic 
effects of respiration on bare reflexes, 
M. GUERRISI* & A. MAGRINI, Fisica 
Medica, University Tor Vergata- 
Rome-Italy, J.J. SETTELS & K.H. 
WESSELING, BMI-TNO Academic Medical 
Centre - Amsterdam - The Netherlands 

Bv^at-to-beat vai.iu*"ions in heart rate and 
arte rial blcod pressure during controlled 
respiiatory manouveis performed by 13 healoI.y 
subjects at rest were analyzed using a model 
the short-term controlled cardiovascular system, 
including nervous reflexes ^rom both high and 
low pressure receptors. Arterial blood pr-3sure 
wa^ measured non-invasively in a f inge by a 
calibrated servo-pletysmo-manometer (FINa^RES) . 
Mechanical effects of the respiratory manouvers 
were simulated on a computer by varying the 
value o^ intrathoracic pressure in the 
circulatory model. 

Model analysis of experimental results shows 
that most of the complex hemodynamic and heart 
rate effects due to inspiration can be explained 
by making a single hypothesis of temporary 
baroinhibition. Effects of expiration on heart 
rate appear to be weaker and mediated by 
b iroref lexes via a different mechanism whxch 
remains to be further investigated. 
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BE12-B.4 

Theoretical approach to the analysis of 
passive mechanical interactions between 
heart chambers, m. GUERRISI & A. 
MAGRINI , Pisica Medica - University Tor 
Vergata Rome - Italy 

The concept of compliance of an "open elastic 
wall" ("wall compliance") is introduced in order 
to establish a theoretical basis for the 
analysis of global mechanical properties of 
adjacent elastic chambers sharing a common wall. 
It is shown that the proposed definition of 
"wall compliance" includes, as a limit case, the 
classical definition of compliance of a "closed 
elastic cavity". Theory was applied to the 
analysis of passive ventricular interaction on 
the basis of a model formulated in term^ of 
"wall compliances". In order to test the 
applicability of the method proposed, reported 
data on excised and in situ canine hearts 
without pericardium were fitted with the model 
assuming non-linear wall compliances. Thus, the 
mechanical properties of the ventricular free 
walls and septum were separately assessed. It is 
concluded that the reported need to define a 
single "effective external pressure" for one of 
the ventricles, besides not being theoretically 
justified in the beating heart, would be 
overcome with the proposed approach. 



SE12-B.5 

Artificial Heart Geometry Determined by 
NMR Imaging for a Patient, C.Uyama* 
S.Takatani, Y.Taenaka, H.Takano and 
T.Akutsu, l^ational Cardiovascular Center 
Research Institute, Fujishirodai 5, Suita, 
Osaka, 565 Japan 

When transplanting a total artificial heart to 
a subject, it should be connected without pulling 
or pushing the tissue of the remaining heart and 
thorax wall. In order to do so, a heart geometry, 
especially, geometry of the tricuspid and mitral 
valves, aorta and pulmonary artery should be 
estimated to obtain a good connection of the 
artificiax heart. We took 12 transveioe thoracic 
NMR images triggered by ECG. Each NMR image was 
taken 1cm apart, perpendicular to the longitudinal 
axis. Contours of pericardial heart, ventricles, 
atria and inner wall of thorax were entered by 
a digitizer into a computer. We calculated, by 
interpolation method, contour of each part of 
the heart on a nlane of every 2mm apart 
longitudinally. Three-dimensional heart and thorax 
model were made by accumnulating 2mm thick plastic 
plate whose shapes were determined by the contours. 
Furtheremore, a remaining heart model which was 
made in the same way gives us sizes of the 
tricuspid and mitral valves and directions of 
these two valves and so on. These geometry thus 
obtained will be useful to produce the total heart 
suitable to a patient. 



BE12-B.6 

A CONTRIBUTION IN ULTRASOUND PULSED DOPPLER 
HUMAN ARTERIAL BLOOD FLOW MEASUREMENTS DURING 
VASCULAR SURGERIES. 

V. PUGLIESI''. P. GARCIA, N. BOCCI, R. RIEU. R. PELISSIER 
InsiiiuidcMjJcaniqucde* 'Guides - UM 34duCNRS 
1, rue Honnorai 13003 Marseille, France 

P. BERGERON, M. REGGI. R. COURBIER 

H6pital Si Joseph. Service de chirurgie vasculairo. Marseille 

To evaluate some criterion of quality and optimum state in 
arterial bypass grafting, despite routine arteriography, we have 
dcveloppcd a perioperative methodology to measure spatio temporal 
blood flow velocny profile, and thus calculadng the volume flow rate, 
assuming that the vessel is circular and velocity profile is quasi 
axisymmeiric with respect to the measuring plane. This technic; 
involves an easy to use elasu'c probe support set up close to the artery 
in a very good way positioning, and a low cost velocimeter which 
processes the crystal signals. 

Emission frequency is 8 Mhz or 15 Mhz, pulse repetiUve 
frequency is selected from 50 khz to 70 khz, doppler shift frequency to 
velocity signal conversion is obtained by a zero crossing method 
which is adequate since the sample volume is small, maximum 
measured velocity is about ± 1.2 m/s. A data acquisition and 
processing system computes in U to 15 channels all the numeric and 
graphical results in order to view them in quasi real lime. The system 
lake into account a cardiac pulses synchronizadon and breathing effects 
during measurements; so we had to integrate the velocity profiles for 
30 s when processing is in progress to achieve a minimal dispersion 
value(<5%). 

In vivo measurements have been made on 30 patients (>»00data 
flow mcasufrmcnls) bclore and after grafting principally at the level of 
carotid and femoral arteries. 



BE12-B.7 

On the Transport of Sinusoidal Denstty 
Fluctuation tn Catheter Flows, Q. Ye, 
J. S. Lee*, L. P. Lee, and M. Hunter, 
University of Virginia, 
Charlottesville, Virginia, 22908 U.S.A. 

■Jhen <i sinusoidal concentration Is the Input to 
the dispersive flow In a catheter, we show 
mathematically that the output Is the Input 
attenuated by A and shifted by tj. This function 
A Gxp(-iwtd) Is the Fourier transform of the 
transfer function characterizing the dispersion 
of Indicator through the catheter flow. 
To verify this analysis, we Imposed a unit step 
Input to the catheter and measrred the density 
change to establish the transfer function of the 
catheter. Using the same catheter, we sampled 
the rabbit's •'ortlc blood and monitored Its 
density fluctuation. Ir. this experiment, the 
sampling flow rate and the ventilation frequency 
were varied to change the product wt^, of which w 
Is the frequency and t^^ the mean tranp't time of 
the catheter. The attenuation and time delay of 
the d^rnslty fluctuation was determined In 
reference to the ventilation pressure. We found 
that Che dependence of the attenuation and the 
time delay on wt^, agrees with the prediction from 
th^ Fourier transform. This agreement supports 
the use of the transform analys to determine 
the transport of density fluctuation occurring In 
the vascular system of the lung» (Supported In 
part by HL 36285). 

■>4 
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BE12-B.8 

Invtsiigaiion of the Controller Models of the 
Human Cardiovascular System 

R I Kitney^ M A Chabbani, Biomedical Systems 
Group, Dept of Electrical Engineering, Imperial 
College, London SW7 2BT, UK 

Keywords: Modelling, Simulation, Cardiovascular System, 
Control of Central Nervous System. 

Because of its complexity, describing the huiDan 
cardiovascular system in quantitative terms is particularly 
difficult . As a result, there have been a number of attempts 
to produce computer models of various degree of complexity 
over the last twenty years. These models have varied from 
simple teaching simulation with only few segments to very 
complex models which not only model the systemic 
circulation in terms of large number of elements, but include 
cardiovascular dynamics and physiological control. It is in 
the area of control where significant disagreement still exists. 
What is requKed is a model whit h is capable of simula' ing 
physiological responses in both normal subjects and patients 
suffering from cardiovascular diseases, which includes an 
accurate model of the control function . 

This paper investigates some of the key controller models 
available and their integration into human cardiovascular 
models of varying complexity. The controller models which 
will he discussed are capable of producing accurate 
simul&tion of cardiovascular control for a range of 
physiological situations including various standarcd validity 
tests. 



BE12-B.9 

Ihe Properties of Frequency Selection of 
Seme Arterial Beds, S.T. Young* and W.K. 
Wang , Yang-Ming Medical College , 
Taipei, Taiwan, R.O«C« 

The deformation of the pressure wave as they 
travel through the circulation provides a way 
of measuring the characteristics o* arterial 
tree. T tube model still is a generally accep- 
ted explantion of the deformation of the pul- 
stile pressure waves, and it can easily explain 
a lot of phenomena of circulation system. Howe- 
ver, the property of the frequency selection of 
arteries suggested by this present suj^lies 
more reasonable explanation, especially the 
impedance patterns of arteries and the change 
ratios of each harmonic ot waves when they 
traveling through the aorta. Ohis study would 
like to enphasized a observed phenomena that 
each artery have different t^refered frequency 
band, and work as filters of electrical cir- 
cuit. Highpass m supermesenteric artery, ban- 
dpass m renal artery, and complex filter in 
gastric artery ,vere observed m this study, we 
expected there would be iTore filtering types 
identified. The experl^^ental data supported our 
suggestion, and to offer a acceptable explana- 
tion for some debted issues of the circulation 
systaa. 



BE12-B.10 

Inner Wall Extraction of a Blood Vessel on a 
Coronary Cineangiogram for a Vessel Dianiei:er 
Est ima t ion , Y . Yanagih:,ra*, T . Sugahara , N . Sugimoto , 
C.Uyama, National Cardiovascular Center 
Research Institute, Suita, Osaka, 363 Japan. 

Measurement o£ a coronary vessel diameter is 
utilized to estimation of artery stenosis. 
Cineangiography is the best way to show us 
coronary arteries in a living body. As X-ray 
scattering makes cinepictures noisy, an accurate 
measuring method is required. 
At the first step, in order to determine which 
filter is the most accurate to measure blood 
vessel diameter on the coronary cineangiogram, 
several sir.ec of vessel phantoms on cine film 
taken under different energy and contrast 
substance densities were calculated by using 
several edge detection filters. The entropy and 
the Gaussian filters were found to be twice as 
accurate as the derivative filters. 
At the next step, in order to extract blood 
vessel area on a coro.iary cineangiogram, 
locations of vessels on the periphery o£ image is 
first extracted. Then, a vessel area over the 
image is selected. The entropy filter is 
applied to this area. The detected vessel edges 
were as accurate as that determined by 
a radiologist. This method can be applieJ to 
coronary cineangiograms« including stenosed sites. 



BE12-B.11 

Computer Simulation of the Ew, Cavdiovasculav 
Sjjsiem un4er Louer Body Negative ^^essure 
V. K. Sud"*, AU-Indid Institute of Medical Sei- 
zes, New Delhi, India, 
.i. rt'. Bunj^,o, J. B. Charlps, NASA Johnson Space 
Center, Houston, Texas, and 

R. Srinivaban, KRUG International, Houston, Texas. 

Tiu» pret>eiit work simulates the distribution 
of blood pressures and flow velocities in the 
entire cardiov.if,cular system of a normal human. 
The cardiovascular system is modeled as an 
arran^jement of interconnected elastic vessels. The 
pumping action of the heart is represented by 
time-varying elastance ' harac teris tics of the 
ventricles. The finite ^ent model is direct 
and versatile in its applicability. 

Solution of the model equations is obtained 
from a knowledi^,e of the dimensions of the vessels, 
peripheral resistances of the arteciule-capillary- 
venule junctions, and the rheological properties 
of blood. The results include changes in steady 
and pulsatile flows due to transition from normal 
to stressed conditions. Of particular interest is 
the percertage redistribution of pressures and 
flew velocities in the various regions of the 
cardiovascular system due to lower body negative 
pressure stress with both normal and reduced 
amounts of circulating blood volume, the latter 
repi: esenting the effects of weightlessness 
encountered during space flif',ht. 

Worl; supported by National Research Council, USA. 
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BE12-B.12 

Measurements of svC and IVC Vascular 
Resistance and Compliance During 
Cardiopulmonary Bypass in Open Heart 
Surgery T.Tsuji*, K.Suma and T.Togawa, 
Inst. for Med. & Den. ^ngng., Tokyo Med. & 
Dsn. Univ., 2-3-1,, Kanda Surugadai 
Chiyodaku Tokyo 101, Japan 

Vascular resistance and compliance during 
cardiopulmonary bypass(CPB) was studied in 
21 cases of open heart surgery. 
The venous return (Fsvc, Five) from the 
superior and inferior caval veins (SVC, 
IVC) were measured by an electromagnetic 
flowmeter. The aortic, SVC and IVC 
pressures (AP, Psvc, Pivc) were measured 
by pressure transducexrs. 

The vascular resistance in the SVC area 
(Rsvc) was obtained frorr ( AP- Ps vc ) /Fs vc, 
and that of the IVC ai'Pd (Rive) from (AP- 
Pivc)/Fivc. The system.'c resistance (Rsys) 
was calculated from l/Rsys = 1/Rsvc + 
1/Rivc. The SVC and the IVC drainage tubes 
were clamped alternatively for about 6 
seconds. The compliance of SVC aroa (Cgvc) 
was obtained from Vsvc/dPsvc (Vsvc : 
accumulated volume in SVC, dPsvc : 
increased SVC pressure). The Civc was 
obtained in the same way as the Csvc. The 
systemic compliance (Csys) was calculated 
from Csys = Csvc+Civc . 

Resistance and compliance changed 
depending upon the time course of the CPB. 



Bfc:i2-B.13 

Diastolic compliance of the left atrium 
and the left ventricle in man, T. Naganof 
M. Arakawa, T. Tanaka, M. Yamaguchi, 
T. Takaya, K. Kagawa, T. Noda, H. Miwa and 
S. Hirakawa, Second Department of Internal 
Meaicine, Gifu University School of Medi- 
cine, 40, Tsukasa-machi , G j f u 500, Japan 



During slow filling period, l; the left 
atrium (LA) and the left ventricle (LV) 
become a common chamber, and the internal 
pressure equals, and 2) blood flowing from 
the pulmonary vein will be distributed 
according to the magnitude of each chamber 
compliance. We studied normal relationship 
of Chamber compliance between the LA and 
LV in 8 patients with coronary artery 
disease. We performed biplane cineatrio- 
graphy coupj.ed with direct recording of LA 
pressure, and single plane cineventriculo- 
graphy. Calculating volumes of the LA and 
LV with area-length method, and construct- 
ing the pressure-volume relations cf the 
LA and LV, we fitted data to tne exponen- 
tial function and determined diastclic 
c ompl i ance of the LA and LV at the 
ena of diastasis (CLAa» Ci^va)- Tt^e C^Ao 
ana Ci^va were 1.64±0.41 (mean±SD) 
inl/rrimHg/m^ and 4.2iirl.l3, respectively. We 
conduce that compliance of the LV is two 
to three time;^ larger tnan that of the LA. 



BE12-B.14 

Increased rignt atrial contraction in 
patients with myocardial inlarction, 
T. Nodat M. Arakawa, T. Takaya, T. Nagano, 
K. Kagawa, S. Kojima, H. Miwa, and 
S. Hirakawi, Second Department ol internal 
Medicine, Gifu University Scnool of Medi- 
cine, 40, Tsukasa-machi , GiTu SuO , Japan 



In the infarcted heart, right ventricular 
function IS varyingly impairea, but right 
atrial function has never been t>tuaiea. 
First, we made 6 casti> of the cadaver 
right atrium(fiA; ana measured their vol- 
umes v/ith Simpson 'o rule, filiTiing them by 
biplane cineatriography . The true volumes 
(x) agreed with measured volumes^^y), 
(y;=0.94x+2.1 (r=0.99);. Second, in 9 
patients with normal heart (C-group> ana 9 
patients with myocardial inl#.rction 
(MI-group> , we constructed pressure- < oiume 
loop of the RA. The volume expe'xed by 
atrial contraction (ejection volume cf tiie 
RA, RAEV , y) correlated positively with 
volume at the beginning ux atrial con- 
traction(preload of the HA, RAVd, x) 
(y=0.42x+2.8 (r=0. b4) ) .The RAEV for the 
comparable levels of RAVd was significant- 
ly higher in Ml-group than in C-group. We 
conclude that the right atrial contraction 
is augmented homeometrically and hetero- 
metrically in the infarcted heart. 

28 



BE12-B.15 

Simulation Studies on the Myocardial Oxigen Supply^ 
Demand Relation During the Valsalva Maneuver, P. 
Caminal*'% M. Vallverdfi% R. Jane% JM. Aug<S<'^ C. Creixells**. 

Institut de Cibem^tica, Diagonal 647, 08028 Barcelona, Spain.** 
Hospital Sta. Crcu i S. Pau. 

Intrathoracic and abdominal pressures are severely 
increased as a result of the performance of straining 
activities, ^uch activities may predispose to potentially 
lethal arrythmias in patients with coronary artery 
disease. In order to «inalyse the effects of intrathoracic 
and abdominal pressure patterns on coronary flow, a 
cardiovascular system model has been developed. The 
model includes CNS controls of heart rate, peripheral 
resistance, coronary resistance, myocardial contractility 
and venous tone. A simulation program has bee:i 
written and the model has been validated by means 
of in vivo data under two experimental conditions: 
Equilibrium conditions (Pre*Valsalva maneuver^ and 
Valsalva maneuver (VM) phases (I to IV). In th.^ 
parameter estimation stage an optimization module has 
been developed. It is a collection of subprograms 
tailored for use with the digital simulation language.The 
effects of higher intrathoracic pressures, longer duration 
of the VM and two consecutive maneuvers have been 
investigated using the modd. Results show that the 
evolutions of myocardial oxygen supply-demand relation 
during different VM patterns are not the same for all 
patients. The estimated parameters of the neural control 
are different in each patient, with a high variability. This 
IS the reason why a VM may be convenient for some 
coronary artery disease patients but very dangerous in 
other patients with the same pathology. 
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BE12-B.16 

The Effect of Intra-aortlc Balloon 
Pumping on the Myocardial Ischemia In 
Goats, Z.N.Xue*, H.O.Chen, L.Ll and 
L.R.Zhang, West China University of 
Medical Science, Chengdu, Sichuan, China 

Intra-aortlc balloon pumping (lABP) can Improve the 
balance of oxy^^en demand and supply for Injured h- 
eart. After ligation of a coronary branch, the ser- 
ious problen Is genesis of cardiac arrhythmlai As 
arrhythmia occured,lldocalne vas used. The total 
dose of lldocalne given was used as estimation for 
arrhythmic incidence. The Incidence of arrhythmia 
was Influenced by dosage of amobarbltal. lAEP vas 
started O.Shrs after coronaryllgatlon and maintai- 
ned for 3hrs. Under similar dosage rcPTe of this 
anesthetics, the incidence of arrhythmia during 24 
hrs after coronary ligation was much lower in lADP 
group than in the untreated group. Average necrot- 
ic weights of myocardium. herodynamlc parameters a- 
nd ECC changes were no significant difference bet- 
ween these tv»o groups. These results suggest the 
lABV could reduce the incidence of ischemic arrhy- 
thmia. 



BE12-B,17 

Frequency Domain Analy sis of tha Radial Artery Pulse: Age 
Related Chanoes . D. Winter, B. Mather* Southwest Research 
Institute. San Antonio, Texas, M. O'Rourke, R. Kelly, St. Vincent's 
Hospital, Sydney, Australia. 

We have monitored tiiO radial artery pulse pressure waveform 
non-invaslvely using a hlj:n fidelity pressure transducer applied to 
the skin directly over the rsdlal ^rtery. The tranc'^ucer has a small 
pressure sensitive area (.5 mm*-) with a frequency response from 
0 to 2 KHz. Applanation of the artery allows the direct rr :ordlng of 
the arterial pressure waveform. In a series of anirr , tests, the 
waveforms recorded non^lnvaslvely showed no significant 
difference In amplitude or phwJe when compared to direct 
intraarterial recordings. 

Radial artery pulse waveforms were recorded non-lnvaslvely in 
1005 subjects agbd 2 to 91. Pulse waveforms for each subje*^ 
were ensemble averv^ged arxi grouped by age decade. The 
waveforms In each df,cade were truncated to the shortest heart 
cycle In the decade an average waveform for each decade 
was computed. Normalized power spectral densities were 
estimated using fast Fourier transform techniques. Power 
spectral densities showed significant differences between the first 
and second decade, the fourth and fifth decade and the fifth and 
sixth decade. The amplitude of the fundamental harmonic 
between each of ihd aQu groups Increased and the enefgy In the 
higher harmonics decreased wKh age. In the first decade, energy 
in the third harmonic was significantly higher than In the second. 
By the second decade, the harmonic amplitudes decreased 
monotonlcaily. The estaWisIiment of normal aging patterns 
allows the identification of abnormal pulses which may be related 
to cardiac or vascular diseases. 



BE12-B.18 

Three dimensional records Inn.t ion of the liuiaan carotid 
bifurcation.Naol<i Su2UKi*M<ouji lbui^Souichirou Mochio^ 
Yul<ifu(ic !soKaiM»iil<io !tou\Sachio Miyal^oto^,Sinpei Tada^ 
Funic Tsuiiffioto^.Sinpei Tada=*. Tetsiio Okaaura*, Mt. Reserach 
Unit* Dept. of 3rd. Internal Med.^ Dept. of Radiology^* Jiksi 
Univ. SclKwl of Ked.. Nihon KoKaku K.K.'' 105 Minato-ku 
Tokyo, Japan 

A noninvasive aeasureaent teclmique producing three 
dioensionali 3D ) images of thf. carotid artery bifurcation 
has developcd^Series of transverse ioagcs of the carotid 
arteries with 2D echography are degitaiizcd and translated 

to values in 3D coordinates with distance data among each 

iuages. 

Processed data are able to display on CRT as a wirefraiae 
model or a surfac* model. By this method we constructed 3D 
iaages of the cosaon carotid artery (CCA), interna I caro- 
tid artery (iCA). externa! carotid artery (KCA) and skin 
surface. After soae clinical seasurene.U.we confiroed 
following properties of this technique. Rotation and aove- 
aent technique were useful to recognize the shape of 
bifurcation and the relative location with skin surface 
and helpful for the vascular operation. Disection techini- 
que was suited for the observation of the inner shape of 
vessels and the strucure of plaques in it. 
We also add the infor'aation about the distribution of 
blood velocltl a on 3D inage obtained by a pulse Doppler 
tech-nique. These loages help us to recognize the relation 
with the Biorpho logical irregurality and the rheological 
changes in the vessel. 



BE12-B.19 

VoXxmQ change of the covonary ciTculatton on a 
heart rate step, J. Dankelman*, I. Vergroesen* 
and J.A.E. Spaan'*. 

* Department of Mechanical Engineering, Delft 
University of Technology, Delft. 

* Department of Medical Physics, Academic Medical 
Centre, University of Amsterdam, the Netherlands. 

Intramyocardial blood volume depends on the 
compression by heart contraction. The volume 
change of the coronary circulation on a heart 
rate step has been investigated in seven 
anesthetized goats. Heart rate step of 30 
beats/min were performed between 60 and 1^0 
beats/min under constant pressure and under 
constant flow perfusion conditions . Arterial 
(CAF) and venous flow (CVF) were measured. The 
intramyocardial volume change was determined from 
the digitized flow signals by (CAP -^-^CVFjdt. 
with cc the ratio between arterial and venous flow 
in the steady state. Blood volume decreased with 
an increasing heart rate. 

Volume change with constant pressure 
perfusion conditions was O.3I ♦ O.O3 ml/lOOg 
(mean S.E.) and with constant ^low perfusion 
was 0.13 + 0.02 ml/lOOg. 

Model simulations, in which the venous 
resistance is dependent on transmural pressure, 
could explain the difference in volume change 
between constant pressure and constant flow 
perfusion. 
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BE12-B.20 

Optimal Design of Vascular Grafts 
A. I. Rachev; Institute of Mechanics 
and Biomechanics, 1113 Sofia, Bulgaria, 

There exists an increasing interest in 
fabricating synthetic grafts with com- 
pliance similar to that of the natural ar- 
teries. The purpose of this paper is to 
propose a method for optimal, from mecha- 
nical view point, design of grafts made of 
synthetic material whose elastic proper- 
ties can be controlled. K is supposed 
that the initial dimensions and the mecha- 
nical behaviour of the artery to which the 
graft is anastomosed are given. The inter- 
nal diameter and the wall thickness of the 
graft as well as the values of the con- 
stants in the constitutive equations for 
its material are to be determined by means 
of multiobjective optimization. Two par- 
tial criteria of optimization are defined- 
the distance between vhe functions repre- 
senting the internal diameters of the ar- 
tery and the graft over the physiological 
pressure range and the distance between 
the characteristic impedances. A global 
criterion for selection of the preferable 
solution is proposed. Examples of grafts 
made of composite material are consedered. 



BE12-B.21 

Uit Vt)\tAA.(ixiXjaJi EjQ,ctLon FJiacUon i^om 
UnoxinQloQ/vaphic Vltm. M. Nlczan*, D. 
Sapoznikov, M. Mossery, Y. Mahler and M. 
Gotsman, Jerusalem College of Technology, 
Jerusalem 91160, Israel 

Left ventricular (LV) volume and ejection fraction 
(EF) are routinely derived from cineanglographlc 
films obtained during catheterization. By inject- 
ing contrast medium LV volumes can be calculated 
from LV silhouettes, using various assumptions 
regarding LV geometry. However, for patients 
having abnormal ventricular function, these ass- 
umptions are not always justified. 
In cineangiographic films, the grey level of each 
pixel in the LV region is proportional to the 
depth of the LV cavity at the corresponding pjint. 
EF can be derived from the values of the integral 
grey level all over the LV region, obtained at 
two su.zccssive diastoles, assuming that: 1. The 
contrast medium is distributed homogeneously all 
over the ventricle, 2. T\\q amount of contrast 
medium at the second diastole is the same as that 
at the previous sjrstole- 

EF was calculated by the two methods: densitometry 
and the area-length method. Good agreement was 
obtained, indicating that the assumptions which the 
two methods are based upon are generally justified. 



BE12-B.22 

RECENT PROGRESS IN CORONARY FLOW MONITOR- 
ING. G. Tomonaga, K. Hori, Y. Ogasawara*, 
K. Tsujioka*, F. Kajiya* Tenri Hospital, 
Tenri, Nara *Dept. of Medical Engineer- 
ing and Systems Cardiology, Kawasaki 
Medical School, Kurashiki, Okayama Japan 



BE12-C.1 

Onc-Compartmental Model and Evaluation 
of A Hybrid Artificial Kidney(HD/HP System) 
, Y.L. Chang and C.J- Lee, Dept. of 
Chemical Engineering, National Tsing Hua 
University, Hsmcnu, Taiwan, R.O.C. 

A maas transfer model with recycie^^ flow 
is proposed for evaluating the performance 
characteristics of a system composed of a 
hemodialyzer (HD), and a hemoperf usion 
cartridge (HP) Solutions for the recycled 
systems of two different sequences of ar- 
rangement, i.e, HD-HP and HP^HD are obtained 
and discussed in terms of their performance 
efficacies. 

Theoretical computations reveal that the 
concentration oscillation phenomenon may be 
observed with recycled flow system under 
certain conditions. This oscillatory be- 
havior is related to the competitive ad- 
sorption/desorption characteristics in a 
fixed bed with recycled flow but has noth~ 
ing to do witii the dialysis operation. 
The results of mathematical analysis con- 
clude that during early stage of operation, 
the HD-HP arrangement has higher efficiency 
for favorable adsoring solutes, and that 
^^e HD-HD has higher efficiency for unfa- 
vorable adsorbing solutes. 



Great advanco in medical engineering has mddo 
it easy to get real-time data about cardiac 
patients. But mcasuromorit of coronary blood 
flow has boon very difficult in clinical fields, 
although it is essential to monitor the condition 
of the patient wif \ coronary artery disease. 
In this paper, several recent progresses ot 
clinical monitoring ot coronary blood flow will 
bo discussed, especially the development in our 
country. Wo will talk about the results of our 
recent research: 1) 20 MHz 80 channel dual mode 
(zero-cross and Fourier transform) ultrasound 
Doppler method and its application t-^ evaluation 
of the coronary artery flow velocity during 
cardiac surgery and 2) laser Doppler catheter 
and its clinical applicability. In addition, 
we will touch upon some results of other Japanese 
research groups, e.g., the transesophageal Doppler 
method to quantitate coronary blood flow and 
the combined two dimensional and Dopple* 
echocardiography to detect coronary arteriol 
flow non-invasively. 
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ANALYSIS BY DIGITAL SIMULATION ^ 
OF THE ANTIDIURETIC HORMONE (ADH) 

IN^BURN PATIENTS 

Laura Roa , Gomez-Cia T«/Cantero A* 

E.T.S^I.I,, 41012-Sevilla, Spain* 



Burn injury provoke a protein ancl liquid 
shifts from plasma to interstitial compart 
ment, 30 plasma volume decreases. ADH in- 
crements water reabsortion c.t renal collec 
ting ducts and diuresis decreases. 
ADK control mechanism has been incorporated 
to a mathematicBl model for digital simula- 
tion of burn injury. ADH secretion as a 
function of nervous stimulus, extracellu- 
lar osmolality and circulatory mean pressu 
re has been quantified. 
The simulation results have been tested 
against experimental and clinical data/ 
showing a reliable model behavior. 
Diuresis analysis has importance in burn 
patients by its facility as clinical moni- 
toring parameter of patient response to 
reanimation treatment. 



BE.12-C.3 

A Model for Renal Control oi Long Term 
Blood Pressure; Richard B. Davis*, Paul 
A. Taiganides*, Heroan R. Weed 

A Bodel has been introduced which 
siBulates the response of the renal 
system to changes in salt intake. It 
is based on the renal function curve 
which describes the relationship 
between salt intake and blood pressure. 

It is proposed that the renal system 
is the sole control of blood pressure 
in the long tera. The nodel also 
offers an explanation for salt 
sensitive and insensitive hypertension 
by analyzing two types of pathologies: 
reduced renal function and reduced 
renal pressure. The noraal model 
limits the blood pressure to a 40% 
increase despite a 240035 increase in 
salt intake. Inducing a 70% failure of 
the kidneys, the model becomes salt 
sensitive, allowing the blood pressure 
to vary 90% for the same change in 
intake. With a 50 maHg drop in renal 
pressure, simulating stenosis, the 
model increases the blood pressure but 
maintains Its salt insensitivity, 
limiting the blood pressure to a 25% 
change due to salt loading. 



BE12-C.4 

Ha EMO DYNAMIC MODELIiING OF 
THE RENAL CIRCULATION 
IN TEE MANAGEMENT OF TRANSPLANTATION 
C R Deane*^ D Taube^ D Goss, V C Roberts 

Department of Medical Engineering, 
King's College School of Medicine, LONDON 

Experience with the measurement of 
vascular hydraulic impedance in the 
reconstruction of the peripheral 
vasculature, and " the use of these 
measures in conjunction with lumped 
parameter models of the arterial 
circulation, has now been applied to the 
problem of monitoring renal 
transplantation . 

Measurements have been made, using an 
Acuson Colour Duplex system, of blood 
flow velocity in the renal artery, 
immediately following transplantation, 
and every two days therefter for a 
maximum period of 10 days. in cases 
of rejection and nephotoxicity, these 
flows have been correlated with the 
results of biopsy. This data has been 
used to establish a tentative model of 
the renal circulation which we believe 
would be of value in predicting impeding 
rejection without the need for more 
invasive measures. 



BE12-C.5 

Intracellular pH in Regulation of Gap Junctional 
Conductance in Frog Proximal Renal Tubules. 
W. Rehwald*. C. Hallbrncker. and F. Lang 
Opts, of Medical Physics & Physiology, University 
of Innsbruck,A-6020 Innsbruck, Austria 

To test for the influence of intracellular pH (pHi) on 
gap junctional conductance in proximal renal tubu- 
les, three conventional microeiectrodes were impaled 
into different cells of the same tubule and potential 
difference across the peritubular cell membrane (PD) 
continuously recorded. Current was injected into one 
cell and PD deflections determined at the other two. 
The results allowed calculation of the lumped resis- 
tance of luminal and peritubular cell membrane (Rn 
=53±7kQcm) as well as the resistance of the cellular 
core (Rc=164±14MQ/cm). pHi was recorded with pH 
sensitive microeiectrodes. When extracellular pH is 
reduced from 7.8 to 7.4 by increasing CO2 from 1 to 
2.5%. pHi d'Jcreases from 7.74 ±0.04 to 7.45+0.04, PD 
decreases from -62±2 to -44±3 mV, Ro increases by 
3l±6% and Rc by 31 + 11%. Inhibition of Na/K-ATPase 
by 0.1 mmol/1 ouabain reduces PD, aikalinlzes the 
cell, increases Ro but does not significantly increase 
Rc- 1 mirol/l cyanide depolarizes the cell and in- 
creases both, Ra and Rc. Potassium free extracellu- 
lar perfusates hyperpolarize the cells and increase 
both, Rb an Rc. 100 pmol/l mepacrine depolarize and 
alkalinize the cell but increase both Rm and Rc. In 
conclusion, Rc Is sensitive to alterations of pHi. 
However, Rc and pHi can be dissociated pointing to 
additional determinants of gap junctional resistance. 
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BE12-C.6 

IMFT OXYfiEN-SftpPLY IiFMnnMI.YSlS(«0 PASES-TIME REPORT) 

?6lS. VaJ:'-hi.be?.' S. '''''''' "'^^"••^ 

^oae having rhronir renal failure patients have 
been proceeded in 8n rases-tiae bv treatoent of he- 
RodinlVM^ with H,0, in ^ial)sate; The hvdro-dioxid.^ 
ran .;i5ppl\ oxygen to fho hlood dir»>r!(y through the 
djaly^A nPBbrane, it called inlet oxygen-supplv hean 
dialy-?}?. The biological reaction is a catalv'<:i? 
owin«j to Iho hydr'i-diovidp en/p«P in the blood to 
work, the hvHro-dioxide deroiQpo<:pd into water, oxy< 
gon and theroal energy quickly <^H,n, -2H,0^ 0, f 474 
ran The aost of these oxygen integrates henoglobin 
to fora OKvgpnated-heaogluain, that iaproves PaO, 
and Safl, concentration and provide the tissues to 
U5D. the few of other dissotvc': in the plasaa and 
pases the pulaonary circulation through the blood- 
oxygen defence regurgitating diffusible to breath out. 

Ac^^ording to the expireaent. when inlet oxvqen- 

15 VH,D, fO.-lx If,0,al-:Hb ^Wvo.98). This nuaeriJal 
valuae (S \{\^ of all blood rapacite) is in the scope 
of the body's capacious vessel that can be regulate., 
1-0 it is proper. 

The inlet oxygen-supply heaodialysis aakes PaO, 
and SaO, reaarkable rising, so the coaplicate rate 
of the dysequelibriuB syndroa in the dialysis is 
low. In addition, this therapy can provides an effec- 
tive way that it suraount the lung to supply the 
oxygen directly to the blood, it can be iaprove the 
hypoxenia proaptly, to relax the cardia failure and 
pulaonary edeaa, and to reaove the poverty-stricken 
syaptoo of the respiration, so it has the fine effect 
of the cure for the ureaia that worth to proaote. 



BE12-C.7 

THF FXTRArORPORFAL rIRr!lLATI^^J AND ULTRAFILTRATION 
OF A*?riTIr FLfilD - INTROnHCF \ \FW TFrM\Mm:F OF THi 
TRFATMFNT FOR OBSTINATE A^^flTIf 

P. VfWn DA YON'Oret a I FIR^T HnSPITAL OF HI'BFI Mr.DirAI 
rOLIFGF. VIIIHAN. HIIBEI. riUNA 
(ABSTRACTS 

According to the primipte of ultrafiltration, 
authors designed a new technique of ascitic extra- 
rorporeal circiilalion and ultrafiltration. 

The Bcdical engineering principle of the extra- 
corporeal ultrafiltration of ascitic i<: an extra- 
corporeal oalorial tranfer. The ascitic through the 
»iber line of dialyzer and t loaning partlv. As the 
rondilinn of dialysis i^ stable state, the cleaning 
quantity of ascitic is directly proportional to the 
pressure of ul t raf i I t ra t inn (THP) and the tiae of 
ultrafiltration. 

^ The average cleanimj rate of nreaCBt,'min)=: 

(annotation): C». . The urea rnncentrat ion of the 
ascitic in front of begining ul traf i 1 1 rat i onCag?*). 

: The urea roncentrat ion of the ascitic after the 
end of ultrafiltration (ag^). flW; The average dis- 
charge of the ascitic at the course of the ultra- 
f i 1 1 rat ion. 

Not only this aethod can relive the suffering 
by eliminated the ascitic largely and proaptlv, 
patients had not the evil of aggravating failure 
owing to the protein discharge, but also the doctor 
had not the worry that have to frequent ultrafiltra- 
tion, because the output quantity of the ultrafiltra- 
tion is aore than the increasable quantity of the 
pausal period of the ultrafiltration. 



BE12-D.1 

Downsizing and Clinical Engineerin*> 
Strategies in the United States 

M*J* Shaffer, D.Sc* and M.D. Shaffer, 
M.S., The George Wasnington University 
Medical Center, Washington, D.C. 

U.S. hospitals are facing cost-cutting 
pressures due to new reimbursement prac- 
tices, increased reliance on out-patient 
clinics and pre-paid systems, and increas- 
ed competition from other hospitals. Oc- 
cupancy data shows in-patient care is on 
the decline. Hospitals are thus looking 
to reduce costs and develop new lines of 
business . 

In these changing conditions clinical en- 
gineering strategies include 

a) maintaining the integrity of the ser- 
vice through professional associations 
and standards, performance measurements, 
and comparison of departmental values 
with those of other providers, and 

b) contributing to new business opportuni- 
ties such as shared services, technolo- 
gy assessment, microcomputer applica- 
tions, and traiixir\g» 



BE12-D.2 

ADMINISTRATIVE COMMITMENTS FOR 
CLINICAL ENGINEERING DEVELOPMENT . 
Michael J. Shaffer; D.Sc, The George 
Washington University, Washington, 
D.C. , U.S.A. 

High technology and nanaged health care in 
the United States is challenging clinical 
engineers to expand and develop new oppor- 
tunities. As a prerequisite, clinical en- 
gineers need determine the extent of hospi- 
tal administration commitment to their sup- 
port of: 

a. personal computer consultation, program- 
ming and maintenance services at the 
clinical department level, 

b. maintenance integration, with automatic 
funding of expensive spare parts kits 
and adjustment of maintenance operating 
buuget with the purchase of capital 
equipment, with service manual needs in- 
cluded in purchase orders, and with ser- 
vice contracts regularly reviewed, 

^* l""Service techn-fr_ al tra^nln^ ; prioritiz- 
ed and scheduled by management, 

d. staffing adjustments for specialized 
technology assignments, and 
""related buslnP,<^<^ income including tel- 
ecommunications voice/data, switching 
and cabling issues, shared service main- 
tenance, etcetera. 



9 a 



}0 



270 

erJc 



1988 WorlJ Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



Biomedical Engineering Scientific Papers 



BE12-D.3 

TECHNIQUES FOR ACHIEVING CREDIBILITY WITH 

HOSPITAL ADMINISTRATORS, G.I.Johnston 

and R.L.Morris; Oregon Health Sciences Univ. 



Hospital administrators have difficulty assessing 
the impact of the enormous potential of a disci- 
pline, clinical engineering, for which there are 
few management models. Furthermore those which 
have be^n developed are written in "engineer- 
ingese" and reported in the clinical engineering 
literature rather than the hospital administra- 
tion literature. They have even more difficulty 
allocating adequate resources which would enhance 
the value of the department to their organiza- 
tion. Any department not census driven is auto- 
matically suspect! Since it is unlikely adminis- 
trators will have, or take the time to, learn 
more about this strange new department, it be- 
hooves th: clinical engineer to seek methods for 
achieving the support and respect of hospital 
administrators. Clinical engineers can (must) 
work both inside and outside their hospitals to 
improve their credibility and status with hospi- 
tal administrators. They must begin publishing 
their management articles and models in journals 
which hospital administrators read. And they 
must develop internal reporting and budgeting 
systems which hospital administrators can relate 
to. Some suggestions will be presented and dis- 
cussed. 



BE12-D.4 

A Financial Simulation Model for 
Clinical Engineering , A. Mahachek* 
The Johns Hopkins Hospital, 
Baltimore/ Maryland 21205 



Budgetary performance is becoming as 
important as technical performance 
for many clinical engineering 
departments . Building a financial 
model using a personal computer 
spreadsheet software package is an 
ideal way to prepare a budget, track 
actual performance , and test policy 
or personnel changes. The clinical 
engineering manager gains new 
insight and understanding of the 
department' s operations while 
building and manipulating the 
model. The existence of a financial 
simulation model instills confidence 
and projects competence when 
communicating wi th hospital senior 
administration. This customized 
financial model is in actual budget 
use { for 3 years) at a major 
teaching hospital. Also described 
are the simulated changes in policy 
and/or personnel that resulted in 
actual management changes in the 
clinical engineering department. 



BE12-D.5 

ncvelopwont uf "wide tist:" PlID(P(Tr>on.il Health 
Data) management system. K.Ishikawa*, ILTaked.-), 
il.lnadd^ l.liioucwmd S. S.ik.ii, Kapaw.i Hcd. School. 
1750 1 Kit:i Kiki Cho. Kii^tah.i. 761 07. Japan 

\it* .Iff devolopinR n PHlKporr.onjI luNjllh data) 
mariaeeweri I syr. i^ia wh U h u i 1 1 mun i tor the i nd i v j dun 1 * s 
health throughout his liTe. 

The basic system configuration is organized around thi. 
personal computer with a new audio visual telepIlom^ 
IC wewory card system link up» The health information 
is qualified into three levels, which are "personal 
ID informations", "basic physical informations" (i.e. 
blood pressure, pulse rate, body temperature etc.), 
and " technical informations" (i.e. medication) 
surgical specific medical histories etc.). The IC 
memory card will be used as the major information 
transport media. The development of a PHD system is 
not only concerned the neu health information 
management system, but also contributes the formation 
of the regional synthetic medical service system. 



BE12-D.6 

ASSESSMENT OF BIOMEDICAL TECHNOLOGY 
IN A UNIVERSITY HOSPITAL IN NICARAGUA, 
Robert P. Patterson*, UMHC Box 297, 
Univ. of Minn. Hospital, Minneapolis, 
MN 55455, USA 

Tn Nov. of 1987, a medical team consist- 
ing of physicians, nurses, a respiratory 
therapist, a biomedical engineer, and a 
rehabilitatior engineer visited the 
University Kcjpital and medical school 
in Leon, Nicaragua to assess needs and 
provide assistance. The hospital had 
360 beds and the medical school graduat- 
ed 250 students annually. Some of the 
obvious deficiencies were no working 
ventilators, no working ECG or blood 
pressure monitors, and no blood gas 
measurement capability. The repair 
technicians faced a lack of parts and 
Spanish manuals for U.S. made equipment, 
lack of a medical understanding of the 
function and use of the equipment, and 
high ambient temperatures. Three dif- 
ferent brands of U.S. made ECG monitors 
failed apparently due to the high tem- 
perat res in the non-air conditioned 
hospital. Two of the monitors were re- 
stored to u3e by installing fans. In one 
of the top hospitals in Nicaragua, the 
level of technology available was low. 
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HEALTH CARE TECHNOLOGY « RELEVANCE TO THIRD WORLD 
NATIONS - Krishna Murthy* and Z?. 7» S. Raju, 

Bangalore, INDIA* 

The impact of advancements of technology 
particularly in the last decade has been 
phenomenal. Instruments utilising mini and 
micro cc^puters have led to optimum 
utilisation of the very limited resources 
available for health care delivering 
programmes in the highly populated and 
poverty ridden third world nations* 
Planning and Co-ordinating of such 
programmes have to be based mainly on the 
disease pattern prevalent and actual needs. 
So a need based approach for the appropri- 
ate utilisation of technology is inevitable. 
The WHO group on gPAKCT located in 
Copenhagen has initiated steps in this 
regard and are building up their database 
at the university of Linchoping. The 
target of HEADTH FOR ALL BY 2000 A.D., is 
a really formidable challenge* Besides 
modern medicine, local systems of medicine 
whose clinical therapeutic potential has to 
be evaluated in a plarined and scientific 
manner along with YOGA therapy can be 
gainfully utilised to provide medicare at 
very moderate costs to the millions even 
in the remote rural areas in the third 
world nations. 



BE12-D.8 

MAINTEj^'ANCE OF BIOMEDICAI EQUIPMENT - T.G. Krishna 
Murthy and N. Krishna Swamy, Bangalore, INDIA 

Maintenance and utilization of equipment used in 
medical institutions and hospitals have been a 
major problem in all third world nations. Various 
factors have led to the under utilisation and non- 
utilization of equipment. The major /actor has 
been the total lack of essential back-up facilities 
in the form of trained manpower and availability of 
spares, majority of equipment are imported and due 
to a very rapid rate of obsolescence in developed 
nations, the suppliers in majority of instances 
regret to provide the badly needed spares. Health 
care is the responsibility of the states and there 
appears to be total ignorance about the need of 
trained rnanpower to ensure optimum utilization of 
equipr.ent. However, in the last decade, a number 
o^ service and maintenance centers have been set 
up. In India, plans are under way to set up the 
medical instruments maintenance corporations on a 
national level to apply necessary correctives. 



BE12-D.9 

AudCovie^ml Material aimed at the Prevention of 
Clinical hcoident'ij R.P. van Wijk van Brievingh* 
and F. Koomneef, Delft University of Technology, 
NL-2600 GA Delft, the Netherlands. 

Accidents in hospitals have to be analyzed in a 
system-analysis approach. The subsystem "Human- 
ware" is the most difficult to describe. Human 
error, however, is governed by internal proces- 
ses which can be mastered by awareness of criti- 
cal situations ana by organizational measures. 
Before this is possible, a positive attitude to- 
wards the discussion of accidents and incidents 
has to be breeded. The use of audiovisual aids 
is of value here, as by the repeated discussion 
of situations shown, objectivation as well as 
reference to own experiences is induced. After 
an introduction of a general system model with 
indication of the entities and relations, the 
background of the "attention problem" is eluci- 
dated with reference to every-day hospital situ- 
ations. For example, in the operation theatre 
the team has to rely on their own resources as 
well as on what the "outside world" has prepared. 
Awareness of the limited attention capacity has 
to determine task-division and protocol. 
Attitude changes have to be supported by quality- 
assurance measures by the management. Part of 
those will be registration and proper discussion 
of accidents and incidents in a "guilt-free" 
situation. 



BE12-L.10 

Protocol for Maintenance and Repair to 
Suction Apparatus potentially exposed 
to High Risk Infections. D. Naughton, 
B. Murphy, L. English, j. Mahady and 
J F Malone* F.D.V.H,, St. James's Hosp.& 
Trinity College, Dublin 8, Ireland. 

Suction apparatus is commonly repaired or subject 
to schedule maintenance in hospital Clinical 
Engineering Units. It is possible for body fluids 
to be drawn directly into the machine, including 
the pump, thereby contaminating it. Under normal 
circumstances the associated maintenance problem 
is unpleasant and time consuming, as the unit 
must be dismantled, cleaned and reassembled. 
However it is no longer merly unpleasant, it may 
be potentially lethal, given the associated 
increased risk of exposure to a Category 111 virus 
such as Hepatitis B or HI"* To cope with the 
above we have established a protocol to protect 
Biomedical Engineering staff who must perforr* 
repairs/preventive maintenance on suction units. 
The protocol is both Preventive and Procedural 
in that it (a) aims to prevent faults/behaviour 
that will result in the ingress of fluids^ and 
(b) sets out a formal procedure to be followed 
during transport and repair of the unit that 
address the infection risks if the unit (i) need 
not be opened, and (ii) if it must be opened. 
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MEDEQ - A Medical Equiptnent 
Information System, C. Nerhed*, L. 
Lofstedt and B. Eklund, Dept of 
Medical Engineering, University 
Hospital, S-751 85 Uppsala, Sweden. 

MEDEQ is an information system for medical 
equipment and it has been used at the Univer- 
sity Hospital in Uppsala for almost ten years. 
More than ten thousand equipments are stored 
in the database and it is used by over 30 
persons on a daily basis. MEDEQ is also used 
by six other hospitals in Sweden. MEDEQ has 
been developed in a VAX/VMS environment using 
the relational database MIMER. A fourth 
generation programming tool has been used to 
implement the system. Great emphasis has been 
made to make the system versatile and easy to 
use. MEDEQ consists of functions for inventory, 
maintenance and cost analysis. The data stored 
are used for a variety of purposes e.g. inven- 
tory, investment plans, and to find weaknesses 
and security risks in the equipment. 



BE12-D,12 

Performance Indicators for Equipnent 
S ervicing Teams> D Whelpton*, King's 
Mij.1 Hospital, Sutton-in-Ashf ield, 
Nottinghamshire 9 UK* 

All departments of the British National 
Health Service are required to show 
efficiency. Accordingly, maintenance 
departments are increasingly required to 
measure performance. It is difficult to 
make valid cost comparisons. In any 
case, it may be that financial cost is 
only one of several parameters to be 
considered . Whilst in-house servicing 
must be competitive, other criteria, 
such as rapid response, availabili-cy of 
staff education and advice on when and 
how to replacement equipment are also 
important. Experience gained in 
operating an equipment management 
system will be discussed. 



BE12-D.13 

EHC Hcasureaienl and [valuation in 
HE EqiJipaenl. LOm" NEC San-ei 
Instruaenls.ltd.. Tokyo. Mm. 

As a result of recent increase in the use of HI equUiQienl. 
the consideration of EHC (Electroiaagnotic Co!{)i)atiliility)in 
hospitals has becoae very inportant for the safety of pali- 
icnts. EHC is classified roughly into EH! (Llectro-oiaynetic 
Interferenceland InBtunity. In Japan.v^e organized a cominittcc 
for study of EHC in HE equipsient undei Uic TcchrK))ogiCai 
Cossiittee of Hedical [tcctronics (CliairiHan:z.ohta). EIAJ( 
Electronics Irulustry association in Japan), with Uic assis- 
tance of the Hinistry cf Iniernatioiial Trade and Industry. 
EHI was measured in 9 kinds of equipment in accordance with 
CISPR/B(S)42. Soiue equipaont exceeded tlie liioit for the 
radiated field strength, inn.ty was nieasurcd in b Kinds 
of equipment in accordance with sose standards published in 
Japan and abroad. because no international standard is avai- 
lable for lenity now. The ability of rejection differed 
froia equipsent to equipaent. showing the property of each 
engineerir^ technique. 

To satisfy the standardsjt is necessary to improve the 
envirorasent such as the shield of equipineiil especially for 
the therapeutic equipsient. as well as the technical design 
of each equipsent. 



BE12-D.aA 

The Norwegian Inspectorate £or Biomedical 
Equipment and the National System £or Accident 
Repor t ai.d Inves tiga t i on , Johansen A . * , F . 
Nilsson, E. Fenstelien, STEM, 1320, Stabekk. 



Norway (A.o mill inhabitants - approx 100 dif- 
ferent hospitals of a high medical and tech- 
nical standard) has had compulsory governmen- 
tal inspection and control of electrical medi- 
cal equipment in health institutions since 
1980. The inspection has been carried out by 
8-12 hif^hXy skilled engineers on the basis of 
a comb ation of a total and a random selec- 
tion o* atient rooms and/or equipment cathe- 
gories. 

Since 1980 there also has been an enforced 
obligation to immediately report , day and 
night, any incidents or near-accidents where 
electrical madical equipment may be involved. 
The Inspectorate investigates accidents in the 
actual hospital i£ necessary. 
A steady decrease (around UOX to 10^ of the 
equipment installed) of the faults and the 
defects found and a parallell increase in the 
number of accidents and near-accidents repor- 
tea is elucidated and theoretical and practica 
explanations are proposed. 

The administration of the inspection and the 
reporting system will be thoroughly explained. 
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A Computerized Strength Evaluation Systeia 
for Children using the Cybex-II Isokinetic 
Dynamometer. C.A. Rodriguez*, D.S. Glass+, 
*Texas A&M University.^^Texas Scottish Rice Hospi- 
tal. ^ 

A PC-based control system for the Cybex-II Iso- 
kinetic Dynamometer is being developed to assist 
in the evaluation of strength and endurance of 
knee extensor and f]exor muscles. The system 
will be used to observe the course of the disease 
and the effects of surgery, drug therapy and 
physica) therapy in children with neurologic and 
orthopaedic disabilities. Several computer- 
controlled isokinetic evaluation systems have 
been developed in the past, but primarily for 
adults in sports medicine and rehabilitation. 
The computer system controls the speed of the 
exercise, and collects torque and position data. 
The data is plotted in real time and biomechan- 
ical parameters of patient performance (e.g., 
torque-to-body weight ratio, work, time to fat- 
igue, maximum torque, position at maximum torque) 
are determined. 



A Computerized ERG Monitor 
ShiroUsui, Ei-ichiro Nagasaka* 
Manabu Sakakibara and Yozo Miyake"*" 
Toyohashi Univ. of Tech., Toyohashi 440 
and IsJagoya Univ., Nagoya 464 Japan 



A computerized portable ERG monitor was 
developed for a clinical use with the aid of 
modern digital signal processing technology. 

It is known that the ERG is a summative 
potential composed of a-, b-wave and oscillatory 
potential, which are sensitive to various types of 
eye disease and thus the amplitude, latency and 
inter-peak interval of each component provide a 
good cue for a diagnosis. However, each component 
IS being mixed together both in time and 
frequency domain and thus it :s impossible to 
isolate the components by the conventional methods 
such as an adjusting time constant of amplifier or 
a so-called manual method. 

Here we developed a totally computerized 
portable ERG monitoring system which is able to 
isolate oscillatory potentials and detect each 
parameters automatically with utilizing digital 
f i Iterin^ techniques such as moving average and 
digital differentiation. This computerized 
electroretinometer was tested in daily clinic and 
found enough beneficial to ophthalmologists with 
easy use and high precisions. 



BE12-E.3 

A COMPUTER AIDED PROCEDURE FOR THE 
MANAGEMENT OF DIABETIC PATIENTS, 
E. Gbniez-Aguilera and F.del-Pozo. 
Dpt de Bioingenierla, E. T. S. I . Tele- 
coiDunicacifin, Madrid, Spain. 

A new procedure, running on ^ PC-compati- 
ble, has been designed to help the diabe- 
tological training of patients and phy* 
sicians; and facilitate the precise, dnd 
error free, therapy selection procedures. 
To allow a parsimonious approach to the 
task of defining the optimum treatment 
for each patient. 

This therapy selection tools and the 
patient follow-up graphic-analytical 
aids, are supported on a minimum metabo- 
lic model for the estimation of blood 
glucose, that works on the information 
provided on diet, insulin sequence, and 
exercise regime . Thus, this procedure, 
during training sessions or, in real 
follow-up situation, can be used for the 
detection and identification of the cau- 
ses (including behavioural sequences) of 
any metabolic accident or the evaluation 
of therapies; which will finally provide 
to the patient a progressive knowledge of 
her/his own illness, and a treatment 
individualized and adaptable to daily 
circumstances. 

Acknowledgments. -CICIT. Grant No. 2911-83. 



BE12-E.4 



Measurement of spontaneous 
anaesthetic parameters by a 
microcomputer system, M.A.Tooley, 
S. A. O'Connor* and D.J.Wilkinson, 
St. Bartholomew's Hospital, London, 
England. 



A microcomputer system for the measurement of 
parameters of ventilation and blood pressure in 
the spontaneously breathing anaesthetised 
patient is described. The system continuously 
calculates minute volume, respiratory frequency 
and mean end-tidal carbon dioxide concentration 
averaged over a minute. Also four 
cardiovascular parameters are measured which 
are updated every 60 seconds. The inputs are 
obt^^ned from a wet-wedge spirometer, a 
capnograph and a blood pressure monitor. The 
methods of computer calculation are described 
in detail. The computer results are compared 
with those obtained by manual calculation and 
are all in agreement to within 3%, The system 
described has the capacity to record and 
display a wide variety of further measurements 
made during anaesthesia. This system provides 
invaluable information for research and 
teaching but may also be useful during routine 
anaesthesia. 
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Intelligent Computer Control cf Blood 
Pressure on Induced Hypertensive 
Chemotherapy for the Cancer Treatment 
Y.Fukui*, M.Suzuki. 
*Tokyo Denki Unuv. , Saitama, Japan 
Tohoku Univ., Sendai, Japan 

Chemotherapy with Angiotensin II (All) induced 
hypertension has been expected as a powerful 
cancer treatment ii recent Japan. The idea of 
the therapeutic strategy is based on the experiment- 
tal findings of the micro-circulation: "All infusion 
causes the vaso-constrictive effects on the normal 
blood vessel, but not the tumor. As a result, 
for All induced hypertension (150 mmHg mean arterial 
pressure) , most of the blood flow to the tissues 
pass through the tumor, which enables the effective 
delivery of the anti-cai.cer drug to the tumor 
selectively." 

The current problem of the clinical hypertensive 
chemotherapy is how to perform the safe and smooth 
elevation as »^ell as the steady regulafion of 
the blood pressure by the proper All infusion. 
To overcome this, intelligent closed-loop control 
system of hypertension has been developed. 
Intelligent means in a sense that the computer 
behaves like the e,:pert physician's treatment 
way, where optimal control and sensitivity adapta- 
tion algorithms are used to infuse the All automati- 
cally. Satisfactory blood pressure control were 
realized on the animal (100 rats) experiments, 
which may be applicable to the clinical cases. 



BE12-E.6 

Measurement and Analysis rMechanics 
of Body Sway, Din Jianxin, Wen Xiao- 
yang* Huazhong University of Science 
and Technology, Wuhan, P.R.China 

Reported a new mothed to researcn balance 
mechanics of human. A moritoring system of 
body swa> was developed. Body s^^ay inform- 
ation was obtained from the crystal rate 
gyroscope and the data were processed by 
TP-801 single board computer. The charac- 
ters of body sway in normal state and 
ataxic patients were given. 
A series of new results on body ' alance 
mechanics based on PDS ( power density 
spectrum ' technique to analysis Romberg 
posture ( orthostatic reflex ) were found* 



BE12-E.7 

A Systems Approach to Microsurgery 
Steve Charles, M.D., 6401 Poplar 
Avenue, #190, Memphis, TN 38119 

Ophthalmic microsurgery has progressed 
from hand-positioned and hand-actuated 
to hand-positioned and remotely-actuated 
ocular instruments. The next revolution 
will produce remotely-positioned and re- 
motely-actuated instrumentation, i.e., 
microrobotics, for dexterity augmentation. 
A parallel revolution in the downsizing 
of tools is occurring, resulting in the 
need for MEMS technology. Ophthalmology 
is a machine-dependent specialty embrac- 
ing both the patient-machine interface 
and the surgeon-machine interface. A 
multidisciplinary approach to systems in- 
tegration has been developed for the 
ophthalmic microsurgery operating room 
and the office, utilizing technology 
transferred from military applications. 
These include expert systems, speech 
recognition and synthesis, programmable 
pump and valve arrays, and virtual con- 
trol and display. The computational 
aspects of the operating room system de- 
veloped, referred to c.: the Ocular Con- 
nection Machine, consist of machine man- 
agement functions and information man- 
agement functions. 



BE12-E.8 

The Vision-Aided bpee'^h Training Systea Based on 
the Hicrocoaputer for the Deaf. J.Yao. Z.H.Gao 
and R.C.Chen, Shanghai Jiao Tong University. 
Shanghai. P.R.China. 



The speech training system can be used to help the people 
who can not speaK because of congenital loss of hearing 
to tram pronunciation thenselves. 
The speech training system proposed m this paper is a 
new type of visible speech training device. which is based 
on the technique of isolated word speech recognition. The 
?v?teE ran compare the pronunciation produced by the deaf 
with the standard pronunciation to decide if the input 
pronunciation is ccrrect and how its quality is. And then 
the system can convert these mfornation into the visible 
signals to instruct the deaf to do training. The oajor 
difference between this visible speecn training systen? 
and the other now available ones is that the systen we 
developed does not use the features extracted froo the 
speech waveforia, but directly uses the results of speech 
recognition as the visible signals. Thus, this systea is 
more convenient to use and provides an environment of 
self-tutor for the deaf wno have some knowledge in pro- 
nunciation. The sinulated system of this kina of speech 
training device has been accomplished on the IBM-PC/XT 
microcomputer. 
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Th^ Engineering on Computer Diagnosis and 
Adjustment of Color Perception Abnormality 
Chen Xiaoguang , Wei Jizhou, Liu hong^ian, 
and Jiang Chunxiao, Bethune Medical Uni- 
versity, Xin Min Avenue 6, Changchun, Jilin 
P.R. CHINA 

Based on a vast amount of experiments, the 
topological model for human color perception 
is developed. It is discovered that its 
process is surprisingly similar to that of 
th€^ signal processing in color TV systems* 
hence it is possible of the adjustment of 
its perversion • We have developed micro- 
computerized device which output data such 
as the clds-sisifa cation of the abnormality 
and its level, and the optimum adjustment 
curve. By Auto CAD operation system we de- 
veloped a software including 35 sepectrum 
carts for perversion checking. The charts 
can be used by will and displayed in high 
resolution. In the process of man-machine 
dialogue, the oplimum effect achieved, then 
the device will display the diagnosis and 
the adjustment curve in print form. Finally, 
and appropriate adjustment glasses will be 
made for each client. 



BE12-E.10 

IDEOTIFICATICN OF THE!^ MODEL FOR TISSUE 
DURING ULTRASONIC HEATING & ITS MICROOOMPUTER-OON- 
TROLLED MEASUREJ^EOT DEVICE MIN-HE CHENG* AND BCm- 
ZHANG WANG, Precision Instrument Dept, Shandiai Jiao 
Tong Univ, Shangjiai, P.R. China 
Hyperthermia by ultrasonic, as a method for cancer 
treatimnt, has been aK>lied to clinic trial for many 
years. Its effect has been ccxifirmed. But a non- 
invasive method of mDnitoring tenperature distribu- 
tion during heating still remains unsolved so far. 
Present method of tenperature estimation depends on 
skin teiperature and doctor's e:^)erience. In this 
paper, a sinple nodel structure of taiperature dis- 
tribution in human tissue, vihich is based on one- 
dimension bio-heat equation, is developed. The nod- 
el parameters for real tissue are estimated from 
patient treatment throu^ the use of a system iden- 
tification tedinique. The tenperature distribution 
during hyperthermia can be predicted by this nr^del, 
and non-invasive tenperat\ire msasurement can be re- 
alized. To verify the feasibility of this method, 
the simulation tenperature field is made by ocxtputer. 
The result is nore satisfactory and indicates that 
the sinple caitrol model structure is adequate 
through identification of phanton nodel parameter. 
An identification-prediction measurement device is 
made by microconputer TP-801 and better results are 
obtained by e:^)eriment heating fresh excised pig 
tissue. It's possible to apply this method for clin- 
ic non-invasive tenperature measuren^t during hypo- 
thermia. But there are still a lot of work to do. 



BE12-E.11 

30/Multiplanar CT-Guided Stereotaxis: An 
Adaptation System - Henry Ford Hospital -MI 
Zamorano L, Dujovny M, Flynn M, Block R. 

3p/Multiplanar data obtained from CT interfaced 
with stereotaxis is becoming an indispensable tool 
in the diagnosis and treatment of brain lesions. 
Size, volume, shape, axis of lesions, definition 
of coordinates, angles, and areas can be obtained 
and corrected with the aid of multiplanar or 3D 
images. A major goal is the transposition of these 
imaging generated data into the stereotactic space. 
An adaptation of the CT compatible frame "Komai"is 
presented which allows transfer of 3D/Multiplanar 
CT generated data with high grade accuracy (+-imm). 
An adapter to the scanning room table was designed 
allowing Isocentric relationships to the gantry and 
parallel to the scanning plane. The design wasmada 
of fiberglass avoiding CT artifact and allowing a 
complete range of scanning so that with inverted 
positioning of the frame it is possible to aim tar- 
gets near the skull base or posterior fossa. An 
angular localization system attached to the X scale 
allows translation of plotted trajectories of re- 
formatted or scoutviews into the Y-Z plane. A 
computer program allows considerable accuracy in 
the translation of CT data into stereotactic space 
with special reference to preselected plotted 
trajectories. These modifications and adaptations 
enable performance of diagnostic and treatment of 
brain lesions. 



BE12-E,12 

Computerized rhinomanometry: equipment 
and models 

Filip Versnick (*), Marc Nyssen, Peter Clement 

£NTdepi. Academic Hospital Jette and 
Medir,al Informatics Dept. Vrije Univeisiteil Brussel 
B-1090 Jette. Belgium 
RhinomanOk',etry is a technique to obtain an objective and quan- 
titative value of the functioning and/or the obstruction of the 
nose. 

During the experiments, the iransnasal pressure difference is 
measured simultaneously with the corresponding u-ansnasal 
airflow, for each side of the nose. 

We designed a system by which the analogue pressure and 
corresponding flow signals, generated by the rhinomanometer 
are sampled at a defmite frequency and digitized by a real-time 
computer system, connected to the local UNIX woricstation. 
The woricstation handles the mathematical processing but also 
provides a lot of graphic possibilities, to visualize the results. 
In ih=s paper, we present the methodology that allows investiga- 
tion of rhinomanometric characteristics in depth, such as fre- 
quency content, determination of th^ optimal sample frequency. 
The long term goal is the development and testing of mathemati- 
cal models that describe transnasal pressure/flow curves and 
parameter analysis, to understand and determine the characteris- 
tics of transnasal breathing in view of future clinical applica- 
tions. 

The first results are presented. 
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,?t-5frt» V. Ltedina B.x, J. ATpiros L. 
T^nlversWal Automna Metropolit^m-T7t, 
Av, Ftrlairaa Y MichoacAn f-fexico 093-10 D.F, 
IIFXIOO 

Wft liave desiqnea a system fcr the acjqiiisltlon 
am analysis of Waned ical signals, loasert on 
an TBH-PC rXT or AT) conpatlble corr^iter. Tt 
ronslsts of a 16 channel, la hit A^ cc^ivertPr 
card, deslonai anrt Uiiit at oii- laboratory, am 
a diaitAl RismaJ processlncr packacre vhlch 
rmtains F^ich functions as slonal acquisition, 
dlcftt.^1 fllterli-j?. fast Fmrler transfomu 
spectral density, am ccnvolutiiTU togemer with 
fifivi al modfts of displaying the signals. 

T»")p memi -driven, raodnlar deslqn of the system 
permits tlie PAsy addition of otJrer sional am 
analysis roittlnes, as wll as the e^asy 
transference of seme finctlcns to c&ly^ software 
pai-rlcacres. The software was written In Ftocal, 
with several roiit-lnes m BOflfl assembly l.-^rjnaap. 

Applicat.ioiv^ of this system now Inn lute the 
spectral density analysis of electroencephalo- 
graphic signals for iraui mapping am the 
aoq[aisltlan aiil filtering of transthoracic 
in^jedance signals fcr the determination of 
rardiac oiitpiit. 



BE12-E.14 

A DISTRIBUTED MONITORING SYSTEM FOR 
ARRHYTHMIA AND ISCHEMIA MONITORING 
G. P65sariello* F. Mora. J. L. Coatrieux^i> and 
D. AlmeidaJ^^ Universidad Simon Boliw, 
Grupo de Bioingenieria y Biofisica Aplicada, 
Apartado 89000, Cai-acas, Venezuela 1080 

Recent development and demonstration of efficacy of 
antiarrhyihmic drugs and other cardiac egent, have 
suggested the need for more quantitative, individualised 
diagnosis and treatment, increasing the complexity of 
instrumentation systems.Current advances in 
microinformatics. hardware and sofivare, digital signal 
processing, pattern recognition and artifitial intelligence, 
have resulted in the possibility of developing more 
sophisticated cardiac monitoring systems, without 
necessai'ely involving a large centralised computer by 
distr ibution of the intelli g ence from the bedside unit to the 
central station A general philosophy of a distributed 
intelligent system for a Coronary Care Unit (CCU) is 
described This includes:ECG analysis for arrhythmia 
detection and ST segment quantification, event coxmting, 
tJr : plotting aiid patient supervision during drug 
tltfrapy The tasks mentioned are integrated within an 
expert system Al?o thft development of en intelligent 
bedside unit for two beds basv J a personal computer as a 
preliminary step to\;wd the complete system is presented. 

(1) Umwrsit^ de Rewies L Growpe de Sigtiawx A Images en 

(2) Hospital Uftiversitario Caracas. Unidad de Cuidados 



BE12-E.15 

PC-based equipment for the assessment of 
strength dj^ring various hand grips. 
0. Lindahl , T. Backlund, S. Karlsson, T. 
Sbderberg, University Hospital, S-901 85 
Umei, Sweden. 

Endurance and motor skills of the hand grip are 
important parameters in the pre and post operative 
investigation of patients with injured hands. We 
have constructed an equipment based on a PC to 
which we have interfa ed specially designed strain 
gauge sensors for hand grip, pinch grip, twist 
grip, wrench grip and push. 
During the Motor skill test, the patient is in- 
structed to adjust the grip force, displayed as 
the hight of a moving bar on the PC screen, to 
keep the force within AS% to 55% of maximal 
power. Failures during 30 sek of test are regi- 
strated. In the Endurance test, the patient is in- 
structed to grip with maximal power and keep this 
grip as long time as possible. Maximal force, 
fatigue, area and raise (force/sek) are calculated 
and displayed together with the force curve on the 
computer screen. All results are documented on a 
plotter. 

The preliminary results shows that this method 
givs high reproducibility and is a first step to- 
wards a standardized method for evaluation of 
grip strength in injured hands. 



BE12-F.1 

Estimation of turbulent shear stresses in puls- 
atile flow downstream of aortic valves. 
H. Nygaard*, M. Ciersiepen, J,M. Hasenkam, 
p. WestphaL P.K. Paulsen, H. Reul, Engineer- 
ing College, Arhus, Denmark. Dept. of Thorac. 
S Cardiovasc. Surg., Skejby Sygehus, Aarhus 
University Hospital, Denmark. Helmholtz-lnsti- 
tute for Biomed. Eng., Aachen, PRC. 

Measuring turbulent shear stresses is of major 
importance in artificial heart valve evaluation. 
Bi- and unidirectional fluid velocity measurements 
enable calculation of Reynold's Shear Stress 
(x = -p'ujuj) and Normal Stress (a = p'U^T^). x is 
important cTue to the relation to hemolysis and 
thrombus formation, but o is the only obtainable 
parameter in vivo. Therefore, determination of a 
correlation factor between x and o is pertinent. 
In a pulsatile flow model. Laser Doppler (LDA) 
and Hot-Film (HPA) anemometry were used for si- 
multaneous bi- and unidirectional fluid velocity 
measurements downstream of a Metronic Hall and a 
Hancock Porcine aortic valve. Velocities were re- 
gistered In two flow field locations and at four 
cardiac outputs. The velocity signals were sub- 
jected to analog signal processing prior to digital 
turbulence analysis, as a basis for calculation of 
X and a. 

A correlation factor of 0.U8 with a correlation coef- 
ficient of 0,98 was found. Implying t-= 0^U8»p»uJ7 
Estimation of turbulent Shear Stresses in the regi- 
on of aortic valves, based on the axial velocity 
component alone, seems possible. 
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BE12-F.2 

Some Mechanical Methods for Design 
and Improvement of Cardiac Valve 
Prostheses, Diao YingminJQian Zhong- 
fan,Xia Zhigao, and Shi Defaag, 
Tong ji Uni versi ty , Shanghai , China • 

This paper proposed some mechanical cri- 
teria for design and improvement of car- 
diac Valve prostheses; reasonaoie stress 
distribution both in the stent and on the 
leaflets, because the stress concentration 
may cause deformation and rupture of the 
stent, and it can also make the leaflets 
Calcified and torn. 

For this reason we applied appropriate 
mechanical methods to a unileaflet valve 
as an example.The photo -elasticity stress 
analysis is used in the stent to find the 
location of stress concentration. By im- 
proving the design the maximum stress de- 
creased to1/2-l/3 of the original design. 
For the leaflets, in view of the definite 
relationship between the stress distribu- 
tion and design parameters(D,H,a,b,c ),cal- 
culating the stress distribution by finite 
element analysis, we determined that the 
object of optimization should be min(max 
<yi(H,a,b,c))(D was given). So a group of 
optimized parameters was obtained. These 
methods can accelerate the ripe of a new 
type of valves. 



BE12-F.3 

Three-dimensional flow mapping down 
stream mechanical mitral and aortic 
valve prostheses using ultrasonic 
velocimetry, F. CassotJ D. Morvan, 
G. Tonietto, R. Pelissier,C.N.R.S.-L.M.A 
and I.M.F.M., Marseille, France. 

A thorough hemodynamic characterization of 
artificial heart valves involves a detailed study of 
the tridimensional and unsteady post valvular 
velocity field. Cardiovascular simulators now exist 
which enable to duplicate in vitro the physiolo- 
gical conditions of transvalvular flow (LV and 
aortic shapes, elasticity, pressure and flow 
waveforms). Instantaneous velocity maps were set 
behind disk and ball valves in mitral (anatomically 
shaped LV) and aortic position, from ultrasonic 
Doppler measurements. Among the considerable 
amount of information gathered, the more striking 
features concern, as yet : the LV vortex flow 
pattern formation (related to the rolling up of the 
shear layers at the val^e level) in mitral position; 
damping of the post-valvular disturbances (aortic 
wall elasticity effect), skewness of velocity 
profiles in the near wake of disk and ball valves, 
in aortic position; reverse flow and vortex 
structures much more important for disk valves 
than for the ball ones are strongly dependent upon 
disk orientation. These data may also serve as a 
background knowledge in the interpretation of 
blood flow velocity observations (comparisons with 
color Doppler will be presented). 



BE12-F.4 

High Strain Rate Viscoelastic Behavior of Bovine 
Pericardial Xenograft Materials: Effcrt of 

Alternative Crosslinking Methods, 
Sean A. Haberer*, J. Michael Lee, and 
Christopher A. Pereira, Centre for Biomaterials, 
University of Toronto, Toronto CANADA 

Clinical failure of bioprosthetic heart valves 
has been linked to fatigue of leaflet materials 
in regions of high stress, while the high 
strain rate mechanical properties of the leaflet 
material are required for stress analysis and 
valve design, these have not been measured. 
Bovine pericardial xenograft samples were 
prepared by: (1) chemical treatment in 
glutaraldehyde (GA) or carbodiimide (CD) ; 
(2) physical treatment; f reeze-drying or 
heat/vacuum drying; or (3) a combination of the 
above. The resulting materials were tested using 
a computer-interfaced tensile testing apparatus, 
piggy-backed onto an Instron servo-hydraulic 
testing machine. Measurements included cyclic 
loading, stress relaxation, and forced 
vibration. Loads of 20, 40, and 80 g were 
applied under loading frequencies of 0.01, 0.1, 
1, and 10 Hz. The stress-strain curves for fresh 
pericardium (10% strain at 80 g) and GA or CD 
crosslinked materials (20% strain at 80 g) were 
both nearly independent of strain rate/ however, 
in either case, the hysteresis loop at 10 Hz was 
markedly enlarged. Stress relaxation depended 
strongly on loading rate - reaching 40% stress 
loss at 100 s (3 0 Hz). Previous low strain rate 
studies have underestimated the viscoelastic 
response of these materials. 



BE12-F.5 

Scanning Electron Microscopic (SEM) Examinations 
of a Cferainic Prosthetic Heart Valve for Use as a 
Ctoiiac Prosthesis 

Y.Mitamura*, K.Otaki, K.Hcsooka, T. Yuta, and 
T.Mikami, Hokkaido Univ., Sapporo 060, Japan 

Fractures and thrombus generation of 
prosthetic valves have led to a development of a 
more durable and thrombo-resistant heart valve 
comprising a single crystal alumina disk and 
titanium nitride valve ring. Blood compatibility 
was examined by SEM examinations of the valves 
implanted in sheep for 35(Af1), 26(^2), 20(#3), 
and 23(#4) days. The ceramic valves were 
incorporated ^.nto a pneumatic assist pump, itie 
pump was paracorporeally implanted between the 
left atrium and the descending aorta in a sheept 

There was little fibrin and few platelet 
colonies on the alumina disks 2, 3, 4), 

except for a small amount of deposition of 
fibrin and platelets on the outflow alumina disk 
(#1). Ihere was no gross platelet deposition on 
the TiN rings, except for some deposition of fi- 
brin and platelets on limited regions (#1, 2, 3, 

The adhered platelet number was few and the 
shape change was mild on both the single crystal 
alumina disk and the UN valve cage. The ceramic 
valve is a promising heart valve for cardiac 
prostheses. 
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BE12-F»6 

Ihe Role of Chotdal Geometzy in tiie Development of 
Sysbolic Anteriot Mitral Motion 

Cape*, B. Giesrfdng, D. Simorts* A. Jimoh, A.E. 
Weymarv R.Ai, LevLrx^r and A J?. Yoqanathan, Geocgk 
Ihstituteof TedinoJogy, Atlanta, GA 30332-0100 

m patients vdth hypertrophic cardiomyopathy, the 
mitral valve moves anteriody, assuming a unique shape 
with mitratseptal contact centrally and preserved 
orifice area laterally. The purpose of this in vitro study 
was to test the hypothes*-*^ that anterior motion of a 
membrane in a flow field can be generated by altering 
the distribution or effectiveness of chordal tension 
tethering the membrane. Accordingly, a hcrizontal 
leaflet mounted in a flow chamber was attached by 
cords at its distal end to a series of upstream screwa 
Chordal tensioi was varied by turning the screws or 
shifting them anteriorly within the modeL Leaflet 
motion was recorded photographically and 
echocacdiographically. 

Anterior motion with the same unusual configuration 
seen in patients was reproduced by decreasing central 
chordal restraint while tension on tie leaflet edges was 
maintained Dkecting chordal tension anteriorly caused 
greater degrees of anterior motion at earlier stages in 
the release of chordal restraint? increased flow rate had 
a similar but less marked effect. These studies suggest 
that primary geometry alterations in tlie papillary 
musple-mitral valve apparatus are capable of playing an 
important role in determining the presence and 
geometry of systdUc anterior mitral leaflet motion. 



BE12-F.7 

HYDRODYNAMIC PERFORMANCE OF BEIJING BOVINE PERICAR- 
DIAL VALVE (BN2) AND STEADY FLOW TESTER USED IN 
CLINICAL Lxu Yinglong*, Zhu Xioodong ond Xi Baoshu, 
Cardiovascular Inst and Fuwai Hosp, Chinese Academy 
of Medical Science, Beijing, China 

BGi3ing bovine pericardial valve (BN2} was compared 
in vitro with CE, UK, LK, BS s 60, HC and GZ. The 
open pressure drop of BN2 is lower than that of por- 
cine valve, the is lowest among the valves tested 
and the EGA of BN2 23, 2.7 CM^ is the largest at 12 
L/M in steady flow, also at 2-6 L/M in pulsatile 
flow. The CD of BN2 is about 70-85% and PI 50-65%. 
The backflow are 7.7% in LK, 5.6% in BN2, 4.4% in G2, 
3.3% xn CE, 2.9% in HC. After replacement, the mean 
mitral EOA of 14 pts increased from 0.97 to 3.45 
CM^, MVR from 139 to 243 ML/S. CO doubled while 
mean LAP decreased from 21.1 to 14 mmHg anc^ AP cross 
mitral valve from 14.7 to 3.5 mmHg* All of the CO, 
CI, SI, PA, PCWP, SR, PR, PAR, LVSWI and rvswi re- 
covered to normal levels 91 hrs after operation. 
The steady flow tester used is small, nonpoisonous^ 
ea.^y cleaning and sterilxswtion. Vanes turning is 
diivcn by elcc^trical machine pump with which the 
flow rate can be over 30 L/M. Our experiment also 
ijhuwed a qood coirelation between RCA and EOA m 134 
samples and fairly good correJation of EOA between 
in vitro and in vivo. 



BE12-F.8 

Amorphous Coating Materials for Heart Valves, 
A. Bolz* and M. Schaldach, Zentralinstitut 
fUr Biomedizinische Technik, Universitat 
Erlangen, D-8520 Erlangen, FR of Germany 

Pyrolytic carbon coating represents today's state 
of the art in the manufacture of cardiovascular 
implants such as artificial heart valves. How- 
ever, comparative studies with other materials 
have demonstrated the possibility of improving 
haemocompatibility. Based on an electrochemical 
model considering the activation of fibrinogen as 
an redox process in the solid-blood interface, 
new materials such as semiconducting Ta doped 
rutile ceramics have been experimentally evaluat- 
ed^^An electron concentration of approximately 
10 cm-^ with a band gap of 3.2 eV have met an- 
tithrombogenic requirements. Technological prob- 
lems related to the ceramic structure resulted in 
the evaluation of coating processes such as reac- 
tive sputtering and chemical vapor deposition 
(CVl) of TaN, SiN and SiC. These materials are 
deposited as amorphous doped semiconducting lay- 
ers using processes proven in the manufacture of 
amorphous photovoltaic cells. Preliminary results 
have demonstrated the feasibility of producing a 
variety of electronic structures to meet blood 
compatibility requirements. The technology of 
plasma activated chemical vapor deposition offers 
advantages which match electrochemical, solid 
state and tribological requirements in the de- 
sign of artificial heart valves. 



BE12-F.9 

Pulsatile Turbulent Formation in the Human 
Aortic Arch in Respaise to Valve Orientation 
of Prosthetic Heart Valves - In-vitro ^kxael 
AssessntDJit H.Minamitani*, E.OkacJa, T.Mivazawa 
and A.Shinoda, Hiyoshi 3-14-1, Yokohama, Japan 

Pulsatile turfsulent formation in the human aortic 
arch was investigated in response to valve orienta- 
tian of prosthetic heart valves by using laser 
Doppler visualization technique and pulsatile mock 
system. The used system mijnics hurran aorta including 
three major branches and left heart. Turbulent inte- 
nsity, turbulent enrgy density, pcwer spectra of 
the turbulent flew ccnponents as well as shear 
stress ware neasured for three different valves. 
Turbulent formation was greatly dependent on the 
vessel geanetry and the valve orientaticai, advanced 
as far as top of the aortic arch and affected the 
flew in the najor branches such as brachiocephalic, 
and cannon carotid arteries. Total hydrodynamic 
assessment regarding the turbulence and systolic 
energy dissipation suggested that major orifice of 
Bjork-Shiley disc valve should be oriented to the 
aortic outer curvature, and that camiissure of 
valve setting in parallel to the curvature gave the 
best performance. As for Biqprosthetic valve, plac- 
ing one of the three leaflets on the inner curvature 
site was found advisable. These orientations 
provided less obstructive effect on the outflow 
tract, smoother flew formation, and less turbulent 
uiergy density in the aortic arch. 
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BE12-F.10 

A NEW HOCK CIRCULATION FOR ARTIFICIAL HEART VALVES 
K. Affeld*. K. Schlchl, A. Mohnhaupt, A. Spiegclberg 
Unlversltatskllnikum Rudol f Vi rchow, Berlin, F.R.G. 

In a mock circulation designed for the testir ' of 
artificial heart valves one has to imitate tne flow 
through the valve and the aorta. The first task can 
be achieved without great difficulty, while the se- 
cond is quite complicated. The generation of the 
pressure pulse in the real aorta is very complex. 
As a result mock circulations vary from lab to lab 
and consequently the test results. In the new mock 
circulation the artificial aorta is ^voided altogeth- 
er. It is instead simulated by the movement of a 
piston, which combines two elements in one - the 
heart wall and the aorta. During systole, the piston 
moves according to a physiological flow curve and 
forces the fluid through the valve. Then it stops 
and begins to retract. When the valve is closed, a 
differential pressure across the valve is generated, 
which Causes the piston to 90 to a different control 
node - it now is retracted with a certain elasticity 
following the diastolic pressure curve. The Imita- 
tion of the aortic elasticity is thus transferred 
from hardware to software which means that the model 
aorta now is well defined. The movement of the pis- 
ton also serves as a very precise flowmeter. 
In the new mock circulation valves can be tested with 
more precision and greater speed. Unlike the tradi- 
tional mock circulations it is a system open at one 
end so a valve can be changed with a twist of the 
hand. It therefore may be useful for the production 
control of valves. 



BE12-F.11 

MECHAIUCAL BEHAVIOUR OF IHB OMNICARBON HEART VALVE 
PROSTHESIS Josef KShler* Peter Guntermann, Paul 
Holtmann, Aerody amisches Institut, Aachen, west 
Germany 

The study is focussed on the development of standar- 
dized test methods for artificial heart valves. 
Three series of seven original packed OC-valves of 
size 19 up to 31 could be tested (21 valves). Mech- 
anical and fluidmochanical test parameters: Georoctry, 
deforroability, pressure- and volume-loss. 
Ro'-ults/Gcomotrical parameters; The smaller valves 
show a bigger textile ring diameter and the bigger 
ones a .jailer one than indicated by the manufactur- 
er. The differences are mostly smaller than 1 mm. 
The valves of size 27 and 29 show the same disc dia- 
meter. Dcformability and disc gap: The deformation 
results due to a radial force acting on the valve 
rim show a good compromise for the width of the 
bearing gap with relatively small variations. The 
sensitivity of the valve against these forces (stick- 
ing) is a lot smaller than that of the St. Jude 
valve. Pressure losses and effective valve area: 
The eff. valve .urea A^ is approximately independent 
''^f the volume flow. The relati-<j ostium crossoction 
^^/AY (At * ostium crossection) amounts 35% to AA\. 
It increase?: slightly with increasing valve size. 
Volume loss: The total volume loss per beat V|^ « Vq 
+ (closing volume + leakage volume) increases 
with valve uize. it has - as average for all pump- 
ing conditions and sizes - with 3.4 cm^ about that 
value, which war. obtained for other technical 
valves, except bileaflot valves. 



BE12-F,12 

A mathematical model for the study of 
flow through stenosed valve 
Chang-song Geng^, Wcn-Yu Kong, Tianjin University 

Stenosed valve or artificial valve produces 
very different flow behaviour from normal In 
both the valve and the ascending area. Some 
of characteristic features are jet flow, 
stagnation zone, large pressure drop across 
the valve. These characters have much to do 
with clinical oetected problems, such as thrombus 
formation, endothelial damage, tissue over-growth. 

Stenosis(naturaI valve with stenosed disease 
or bioprosthetic) and clf.g(mechanical prosthetic) 
is the main cause of produ-ring these flow 
charateristic features. For this reason, we 
use definite element numerical method to study 
the flow through a stenosed valve and a mechanical 
prosthetic. Unsteady flow model experiments are 
conducted for three types valve(one bioprosthetic 
and two mechniacal prosthetic) to measure pressure 
drop undei varing flow. 

The result can help us to understand why 
and where problems such as thrombus information 
occur. So we can improve the valve design. This 
study is also lay a foundation for computer 
aided valve design. 



BE12-6.1 

THE PLATELET THROiaUS FCmTION 113 A MOVING SEREAM 
FOR EVALUATING HEMOCOMPATIBILITY OF BIOMATERIALS 
Xi Tinqfei*, Tian Wenhua, Wang chunron, Lei Xuehui 
tnCPBP, Temple of Heaven, Beijing, China 

Wo istudy the process of thrombus in normal fresh 
rabbit platelet rich pla.sma (PRP) on revolving 
polymeric loop and discover that this process is 
divided in five stepi^, fir^t particles, snow sto^-m, 
aggregation, plug, thrombub. The time formed snow 
r»torm ir. called Characteristic Thrombus Formation 
Time (CTFT) and is a parameter of evaluating hcmo- 
compatibility of polymers. We .study 8 different 
time of PVC cxposurod prp (0, 10, 20, 30, 40, 60, 
80, 120 min) in order to ensure that testing are 
actually measuring activation duo to the test ma- 
terials, results of CTFT (sec) are 0', 144 (+109); 
10', 194(+50); 20», 204(+62), 30', 192(+22); 40\ 
97 (+22); 60', 79(+30); 80', 129(+58); 120' , 109 
(+47). The best activablo contact time is 60 min 
Tlie CrFT cf five polymers are measured with fresh 
rabbit PRP at 17 rpm for 60 mil.. Results of CTFl* 
(sec, + s.d., n»5) are PVO,79(+30); Silicone (Dow 
Corning Co. USA), 205(^31); Biomer, 212(+42); Pell- 
ethane 2363- 80 A, 231(+31); CardiothanoT 277(+83) . 
Therefore, t^e blood materials interactions and 
mechanism of thrombus formation will investigated 
with the method developed in this paper. 
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BE12~G*2 

AN INSTRUMENT TO ASSESS VASCULAR 
CONDUCTANCE IN VIVO* CP. Burns, 
S.A. 0*Connor* S. Framnton and 
L.M. Wood, Smith Kline" & French 
Research Ltd, The Frythe, Welwyn 
Hertfordshire, AL6 9AR, U.K. 

Many disease states of the cardiovascular system 
can be attributed to the inability of blood to per- 
fuse regions of the circulation, e.g. the heart, 
exercising skeletal muscle or mesentry. By simul- 
taneous measurement of blood flow to the region, 
and arterial blood pressure, the effectiveness of a 
drug to increase the vascular conductance of the 
region can be measured. 

We have designed, developed and tested, in vivo in 
a variety of animals, an instrument which continu- 
ously and accurately divides flow and pressure sig- 
nals to give a signal proportional to conductance. 
Pulsatile input signals of flow, from an electro- 
magnetic blood flow meter, and pressure, from a 
blood pressure transducer, are smoothed by a low 
pass filter prior to passing into a variable gain 
stage which allows optimal signal inputs to be set 
for the divider stage. The divider used is an 
Analog Devices AD535 which accepts signals inputs 
in the range of 0.2-10V. The instrument can accom- 
modate flow and pressure signals from a variety of 
species. The instrument is cheap, reliable and 
easy to use. Vascular resistance may also be 
simply obtained. 



BE12-G.3 

THEORY OF PULSE PHOTOMETRY OF HEMOGLOBIN 
AND DYE IN BLOOD 

T. AOYAGi; M. FUSE, M. KANEMOTO, Y. SUGIYAMA, 
K. MIYASAKA*, M. SAITO** 
NIHON KOHDEN CORP, *NATIONAL CHILDREN'S 
HOSPITAL, ** TOKYO UNIVERSITY; TOKYO, JAPAN. 

The pulse oximeter measures the photo- 
plethysmogram in two optical wavelengths and 
calculates '^iratio of the change rates of 
absorbances) to find the arterial oxygen satu- 
ration. This principle can be applied to 
measure the concentrations of other dyes in 
plasma. 

As there are red blood cells in blood, the 
reflection on the surface of the cells and the 
flattening effect caused by limited distribu- 
tion of hemoglobin and dye makes the relation 
between § and absorption coefficients or dye 
densities different from that of usual solu- 
tions. 

We found theoretically and experimentally 
that the^^of blood is approximately equal to 
5 of solution even in blood with dye in plasma, 
when optical scattering is high enough and 
aDsorption by the cell is low enough. This 
will give the base for non-invasive photo- 
metry of blood contents for many purposes. 



BE12-G.4 

On-line Measurement of Red Cell Velocity 
• in Microvessels With an Auto-tracking 
Window on Television, Wang ZhongRui*, 
Dept. of Scientific Instrumentation, 
Zhejiang University,Hang2hou, China. 

In order to measure the red cell velocity(Vrbc) 
in microvessels of vital subjects, an auto- 
tracking window on TV screen has been designed 
to track the crooked microvesselS wobbling 
caused by heart beating and respiration. The 
Vrbc is measured on-line by sampling optical 
density line by line from a microvessel image 
in the window and calculating AMDF(Average 
Magnitude Difference Function) of two optical 
density waveforms sampled from successive 
frames in a microcomputer. Pulsed Vrbc in 
mensentery capillaries of frogs have been 
recorded. The range of Vrbc and calculating 
rate available in our system are +4.5mm/s and 
7-9 times/s respectively. A formula is derived 
to modify the calculated velocity of vertical 
movement on TV screen. 



BE12-G.5 

Power Spectral Analysis of 
Vasoactlvity in Cutaneous 
Microcirculation following 
Thermal injury, R. da Costa*, 
S.J. Aggarwal, and K.R. 
Diller, University of Texas, 
-Austin , Texas 78712 . 

The response of microvasculature to 
thermal trauma has been studied in dorsal 
skin-flap chambers of hamsters. 
Following recovery and normalization of 
tissue post surgery, fluctuations in the 
diameter of selected arteriole-venule 
pairs ranging in size fro.n 10 Urn to 50\xm 
and at different Lrcxnching order sites 
were measured several tines prior to burn 
and at the same sites posc mild contact 
burn. The experimental vasomotion data 
was characterized in terms of mean, 
standard deviation and by the Prony 
method of spectral power analysis. The 
Al (37-50nm), A2 (30-50nm) and A3 (25- 
4lnm) arterioles dilated an average of 
58%, 20% and 13% respectively. The 
fundamental frequency components of most 
vessels were shifted toward lower values, 
with some of the higher frequency 
components disappearing. 

Supported by a grant from the Whitaker 
Foundation* 
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BE12-6.6 

Measurement of Platelet and Leukocyte Distribution 
at Branches, J. Perkki6% L.J. V/urziiiger and 
H. Schniid-Sclionbein, Dept. of Medical Physics, 
University of Helsinki, SF-00170 Helsinki,Finland 

As blood flows through microvessels, erythrocytes and 
plasma are partly separated from eacli other. This phase 
separation gives rise to iiou-unifonii distribution of cells 
in blood vessels. We have studied the concentration of 
platelet and leukocytes in blood flow through T-junctions 
cast in polyester blocks. The main branch diameter was 
200 or 100 fxm and the side branch diameter 100 or 80 /mi, 
respectively. Human blood samples with different Lvels of 
fibrinogen were used. Human fibrinogen (Sigma, U.S.A.) 
was used for preparation of fibrinogen solutions. Either 
fibrinogen solution or isotonic buffered saline were added 
to platelet rich plasma. Concentrated erythrocytes were 
mixed with these solutions to yield four differem samples; 
hematocrit 0.35 or 0.55 and high or low fibrinogen con- 
ceiitratioii. 

The results showed that the concentration of platelets in 
the blood from the side branch was about 1.2-1,5 times 
higher than in the reservoir. The concentration of leuko- 
cytes ill the blood from the side branch was about 0.9 - 
1.4 times the value of the blood from the reservoir. The 
ratios were found to depend on the feed hematocrit and 
fibrinogen concentration. 



BE12-6.y 

Measurement of Non^symmctric Velocity 
Profiles in Micwscopic Blood Vessels: Formation 
of Co»>paetion Stasis, W. Gobel, J. Perkhio^ and 
H. Scimnd-Schonbein, Abt. Physiologie dcr 
RWTH Aachen, D-5100 Aachen, FRG 

Blood samples with strongly aggregating erythrocytes ha- 
ve a reduced suspension stability and to sediment un- 
der the influence of gravity. We report about the phe- 
nomenon of intravascular erythrocyte aggregate sedimen- 
tation of human blood samples during maintained flow 
pcrfusmg micro-channels cast in polyester blocks. Blood 
flow was examined from a lateral position recording the 
flo^y on video tape. Erythrocytes were suspended in iso- 
tome buffered saline containing bovine fibrinogen (7 g/1) 
albumin (1 g/1) and heparin (2000 IE/1). The velocity 
profiles ^vere measured by using a dual slit system adapted 
to the video record. Non-symmetric velocity profiles and 
pronounced phase separation between erythrocytes and 
perfusion media were observed at perfusion speeds of 0 5 
iiim/s, the place of niaximum velocity moving piogres- 
sively out of the center tow^^rds the top of the channel. 
Along the length of the channel the speed of the lower 
erythrocyte layers progressively slows down and the non- 
symiiietry grows. The results suggest that the enhanced 
erythrocyte aggregatability may afl'ect the stasis forma- 
tion via gravitationally induced phase separation leading 
to non-syiiimetric velocity profiles. 



Bl 2-6.8 

Fundamental LlghhScattering Characteristics of 
Red Blood Cells, A, P. Shepherd* and J. M. 
Steinke, Department of Physiology, Univereity of 
Jl^^Hwhh^cience Center, San Antonio, Texas, 

Two important optical properties of red blood cells (RBCs), 
their microscopic scattering cross-sections (as) and the mean 
cosine of their scattering angles (n), contribute to the optical 
behavior of whole blood. Therefore, the adequacy of Mie 
theory in predicting values of Cs and \i was tested by 
expenment. In addition, the effect of red blood cell size on 
Gs and \i was investigated in two ways: 1) by studying 
eryth- -ytes from the dog, goat and human, three species 
known to have different RBC sizes and 2) by allowing the 
RBC^ rom each species to shrink or swell osmotically. 
Values of Os obtained by measuring the collimated 
ttansmittanceof dilute RBC suspensions illuminated with a 
He-Ne laser agreed with those predicted by Mie theory. 
Moreover, measured Cs values were direcdy proportional to 
RBC volume. By contrast, values of n from Mie theory 
were consistently greater than those obtained experimentally 
by making angular scattering measurements in a goniometer 
Thus, Mie theory appears to yield adequate values for the 
u Dno ^^''^^^^P^^ scattering cross-section, but by treating 
the RBC as a sohere with an equal volume, Mie theory fails 
to take the RBCs anisotropy into account and thus yields 
spunously high values forji. (Supported by HL 36080) 



BE12-6.9 

Photon Diffusion Model of the Optical Absorbance 
of Whole Blood, J. M. Steinke* and A. P. 
Shepherd, Department of Physiology, University of 
Texas Health Science Center, San Antonio, Texas. 
78284, U.S.A. 

Photon diffusion theory has had limited success in modelling 
the optical transmittance of whole blood. Therefore we have 
developed a new photon diffusion model of the optical 

uA'^c^^' '^^^ w^^^^ derived from 

the diffusion equation under appropriate boundary 
conditions, has benefited from experiments to test its 
fundamental assumptions. Predictions of the model have 
been compared extensively with transmittance data from 
whole blood, and the model is consistent with experimental 
findings. Furthermore, when all parameters associated with 
a given optical geometry are known, the model needs no 
vanational parameters to predict the absolute transmittance of 
whole blcod. However, even if the exact value of the 
incident light intensity is unknown (which is the case in many 
situations), only a single additive constant is required to scale 
expenment to theory. Finally, the model is shown to be 
useful for simulating scattering effects and for delineating the 
relative contnbutions of the diffuse transmittance and the 
collimated transmittance to the total optical density of whole 
blood. Apphcations of the model include oximetry and 
measurements of the arteriovenous oxygen difference in 
whole, undiluted blood. (Supported by HL 36080) 
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BE12-G.10 

Erythrocyte Deformability, Total White Blood Cell Court, 
Platelet Count, Mi Transcutaneous Tissue Oxygenation as 
Predictors of Survival in a Canine Septic Shock Model 

TW Chuns*. MA Smilh*'*-% TL Whitsctl*. EA O'Rcar*, LB 
Hinshaw*. *Dcpt. of Chemical Engineering. Univ. of 
Oklahoma, Nonnan. OK. ^Depts. of Physiology and BiojAy- 
sics, *DcpL of Cardiovascular Diseases, Univ. of Oklahoma 
Health Sciences Center. P.O. Box 26901. Oklahoma City. OK 
73190, USA. 

The effect of shock developing subsequent to gram-negative 
septicemia on the milieu of hematologic and liieologic factors 
which govern microvascular tissue perfusion may provide util- 
ity in predicting survival in a canine f'hock model. Hemorheo- 
logic parameters measured at 6 hours after the infusion of live 
Escherichia coli which exhibited predictive value of survivabil- 
ity of greater than 24 hours included a 1) less decreased defor- 
mability of canine erythrocytes. 2) decreased total peripheral 
white blood cell count, 3) decreased pcrijAeral platelet count, 
and 4) increased transcutaneous tissue oxygenation. 
Differences in mean systemic arterial pressure, heart rate, core 
temperature, respirations, hematocrit serum glucose, pH, 
artenal oxygenation, erythrocyte sedimentation rate, fibrinogen 
conct'ntration, and plasma viscosity were not discernible 
between both survivors of greater than 24 hours and non- 
survivoi^. Pretreaunent of dogs with pentoxifylline did 
improve erythrocyte deformability but did not improve survival 
at an LDioo challenge. Greater erythrocyte defom^ability, leu- 
kopenia, and thrombocytopenia are associated with greater tran- 
scutaneous tissue oxygenation and improved survival hkely 
indicative of a less altered state of systemic micro vasculature 
perfusion. 



BE12-G.li 

EFFECTS OF HEMATOCRIT ON RHEO-OPTICAL 
ERYTHROCYTE AGGREGATION KINETICS, 
Abel Gaspar-Rosas* and George B. Thurston, Bio-Medical 
Engineering Program, Department of Mechanical Engineering, 
The University of Texas, Austin, TX 78712 U. S. A. 

Accurate characterization of the aggregation properties of 
erythrocytes is of great importance in the clinical evaluation of 
blood. While erythrocyte sedimentation rate is strongly 
dependent on these properties, more precise quantitative 
ineasurement is provided by analysis of the rheo-optical 
transient following cessation of a flow induced state of cell 
disaggregation. Conventional clinical rheo-optical methods 
give a single characteristic aggregation time, while more precise 
analyisis shows the need for two or more aggregation times to 
fit the exponential optical transients. 

The aggregation kinetics are strongly dependent on the 
hematocrit and this dependence must be accounted for before 
clinical observations can be standardized. The effect of 
variations in the hematocrit on aggregation times and weighting 
factors is presented for both reflected and transmitted light, 
using a physiological range of hematrocrit values of .30 to .60. 

The kinetics of erythrocyte aggregation in a thin layer of 
blood (approx. 0.50 mm) during the first 40 seconds of the 
transient is analyzed using two aggregation times. The 
transients of both the light transmitted through the layer and 
reflected from the surface of the layer are monitored 
immediately following cessation of an oscillatory flow that 
produces the initial high degree of disaggregation of 
erythrocytes. As hematocrit is increased the first (shorter) 
aggregation time decreases more rapidly than the second 
(longer) time, with the second time approaching a constant 
value as the hematocrit exceeds 0.40. 



BE12-G.12 

The Determination of Hematocrit (Net) and of Total 
Proteir. Concentration (IPC) in Flowing Blood from the 
Measurement of the Acoustic Wave Velocity M, 
D. Schneditz*. M. Moser and T. Kenner, Department of 
Physiology. University of Graz, A-8010 Graz, Austria 

The dependence of v on density p and on adiabatic 
compressibility x^^ is given by v = px^^ In blood, 
both p and x^^ mainly depend on IPC. v Is determined 
by the measurement of the acoustic v/ave travel time 
(the resolution is better than 50 ppm). x^^, which is 
calculated from p and v values, is determined at differ- 
ent IPC, at different Hct and at different temperatures. 
For porcine blood the coefficient of correlation is > 0.99 
and the relation between x^^, v, TPC (In the range 
from 90 to 340 g/l) and Hct (in vol*/.) at 20.0**C Is: 

= 4,586.10 3,226.10"^^ TPC CPa h 

v^ = U83,07 + 0^73 TPC + 0,000346 TPC^ Cm/s3 

x^^ = 4,218.10"^^- 6,994.10"^^ Hct CPa'h 

v** = 1517,31 + 0,8996 Hct [m/s3 

The relation between v, Hct and TPC may therefore 
be used to continuously monitor blood cell concentrations 
{n circulatory systems. 



BE12-G.a3 

TUMOR CELL DAMAGE BY SHEAR STRESS 
Wang Junjian'", Liu Yongge, He Xi, Bioeng. Dept., 
Huazhong Univ of Science S Technology, Wuhan, 
Hubei, P.R. China 

Experiments testing the ability of tumor cells to 
withstand shear stresses in Couette rheometer are 
carried out. Above a threshold stress level, EAT 
(Ehrlich ascites tumor) cells are extensively dam- 
aged due to shear stresses. We find that tumor 
cells are killed 30% to 60% of the population at 
shear stresses of 25 dynes/cm for one to two hours, 
which shows fluid shear stress in the physiological 
range can be the major source of damage to tumor 
Cells in the circulation. At stress below 10 dynes/ 
cm, there is little direct damage because of shear 
stress. Based upon the assumption that all viable 
cells have the same specific death rate in shear 
field, it is easy to induce the function betv/een 
viability of tumor cells and shearing time. Viabil" 
ity is decreased exponentially with the duration of 
shearing time, which would be described as V=e 
(V stands for Viability, t means time and k is char- 
acteristic of shear stresses and properties of tumor 
cells). Also, the threshold stress can be determin- 
ed by extrapolation. All these derivations are con- 
sistent with the results of our experiments. 
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BE12-6.14 

Effects of Hematocrit on Vlsco-Elastl- 
dty of Human Blood, H*Q*Chen, G.H.Zhong, 
L.Ll, Z.N.Xue, Vest China University of 
Medical Sciences,Chengdu> Sichuan. China 

Human blood exhibits ii\e visco-elastic behavior at 
lev shear rcte* The viscoelasticity of human blood 
can measured vith sinusoidal oscillatory shear fl- 
ov% Using the Low Shear-30 Sinus Kheometer,ve stu- 
died the effects of heinatocrit(HCT) on apparent v- 
iscosity of blood at lov(0*5l2sec"' ) ,tnoderate(5*96 
sec ) and hlgh(51, 2sec"' ) shear rate, and on vis- 
coelasticity of blood* The results demonstrated t- 
hat vith increasing of HCT^the apparent viscositi- 
es ar three different shear rates Increased expon- 
entially. The fitted curve between HCT and the ap- 
parent viscosity at low shear rate vas steeper th- 
an the others. Ve found that viscous component {<)J') 
and elastic component (^rj") also Increased exponent- 
ially when HCT vas increasing and HCT affected the 

values more obviously than the values. This 
study developed the empirical equations to express 
the relationship between HCT and /T(»,fl|»' and discus- 
sed the physical meaning of the elastic component. 
Ve suggested that both and the aggregation ind- 
ex(AI) of RBC are objective quantitative Indices 
of aggregation of 2BC,J?ut the rf)" value is core ac- 
curate than the other one. 



BE12-6.15 

Pulsating flows of inelastic fluids 
in slowly varying porous tubes 
- Modelisation of the blood microcirculation - 
G. Zeggwagh\ D. Bellet, Groupe de Rheologie x.M.F T 
Avenue du Professeur Camille Soula, 31400 Toulouse 
France 

The main purpose of this paper is to present a 
theoretical and experimental study concerning the 
pulsating flow of inelastic fluids through porous 
conical ducts. The model corresponds to blood flow 
tlirough porous conical vessels. 

The theoretical approach is based on an implicit 
difference method, with Crank-Nichdson scheme. The 
experimental method based on laser-doppler anemo- 
metry is applied to pseudo-plastic solutions. 

Same as many authors, we consider fluid flow in 
tubes, representing blood flow as fluids of one ho- 
mogeneous phase in porous tubes. We assume that 
fluid IS described by either newtonian or power law 
model . 

The influence of geometrical, hydrodynamical and 
structural parameters is systematically examined 
and related to velocity profiles, flow rate filtra- 
tion and hydrostatic pressure. 



BE12-6.16 

Study of red cell deformability with 
electrical conductivity irethod, 
Wen zongyao*, Wang Hongru, Chen Sheng 
Zhao Yuheng and shen Qiang, Beijing 
Msdical University, Beijing China. 

A new type of instrurrent has been designed by the 
authors. Though the principle of this instrurmnt 
IS based on electrical conductivity irethod, the 
instrument differs from traditional resistive 
pulse spectroscope vrtiich can also rreasure red 
cell deformability by rreasuring its electrical 
iirpedance change. The blood sanple is put into 
the gap betwen a stationary inner cylinder and a 
rotating concentric outer cylinder, therefore the 
red cells are subjected to different shear stress 
The change of electrical conductivity which 
results from red cell deformation can be ireasured 
through two poles on inner cylinder, namely, red 
cell deformability can be ireasured. 
This instrument may ireasure static and dynamic 
results for red cell deformation with advantages 
of satisfactory reproducibility, tiitB-saving 
performance and economic in cost. All results can 
be given by a micro^onputer. 
A series of red cell suspension were tested The 
obtained results v;ere analysed and demonstrated 
that the instrument can indeed neasure red cell 
deformability. Furthermore, a formula of exponen-. 
tial relation betw^n electrical conductivity and 
red cell deformability has been found. 



BE12-G.17 

Viscoelasticities of Normal Human Blood 
in Rotational Rheon^ter, F.Liao*,W.Li,Z. 
Ding and X.Zhou, China Academy of Tradi- 
tional Chinese Medicine, Beijingl00700, 
China 



To imitate blood flow in arteries, viscoelastici- 
ties of normal human blood were investigated by 
an oscillation at a frequency of 1.3 Hz and amp- 
litude of 40 superimposed to a constant shear 
rate of 201 s"l in HAAKE Rotovisco RVIOO/CVIOO. 
For comparison, viscoelasticities of the same 
Samples were determined by pure oscillation as 
mentioned above. The results showed that the 
complex module G*,storage module GMoss module 
G and complex viscosity n.* at rotation were all 
significantly higher than that at pure oscilla- 
tion (P < 0.001) .The other parameters at rota- 
tion, loss factor tg6 and relaxation time X, were 
significantly smaller than those at pure oscilla- 
tion (P < 0.001) .The analysis showed that the 
average elastic increment was 35.1 compared with 
the VISCOUS increment of 23.5 v^en flow condition 
shifted from pure oscillation to rotation plus 
oscillation. 
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BE12-6.18 

Permeability of Cultured Endothelial Cell 
Monolayers: Mediating Role of cAMP^ s. A. 
Casnocha*9 L. V. McInClre, and S* G. 
Eskin 9 Biomedical Engineering Laboratory, 
Rice University, Houston, Texas, 77251 
and Department of Surgery, Baylor College 
of Medicine, Houston, Texas 77030, USA. 

Endothelial cells (EC), which line blood vessels 
in a monolayer, function as a permeability bar- 
rier between blood and the vessel wall. Monolay- 
ers of human umbilical vein EC cultured on a 
permeable polycarbonate substrate were used to 
study the effect of intracellular cAMP on per- 
meability. Agonists studied were iloprost, 
thrombin and bradykinin. Iloprost is a stable 
analog of prostacyclin, which stimulates EC 
intracellular adenyl cyclase activity by binding 
to an external receptor. Iloprost decreased 
permeability to 2A% of baseline. A similar 
decrease in permeability was observed in mono- 
layers treated with dibutyryl cAMP and ISMX 
(which act together to increase intracellular 
cAHP), suggesting that iloprost *s effect on 
permeability is mediate^ by cAMP. Thrombin 
treatment of monolayers resulted in an 11-fold 
increase in permeability, which was nearly 
completely inhibited by first treating the cells 
with dibutyryl cAMP and IBMX. Bradykinin had no 
significant effect on EC monolayer permeability. 



BE12-G.19 

Angular Distributions of Forward 
and Backward Light Scattering from 
Flowing Blood, Munehiro Niwa*, 
Hiroshi Kanai,Jikei Univ.Sch.of Med. 
8-3-1 Kokuryo, Chef u, Tokyo, japan. 

The scattering and absorption character- 
istics of blood is very important for the 
application of light to medical and bio- 
logical engineering . 

Light irradiate the blood is chiefly 
scattered by the red blood cells. When the 
blood flow, the intensity of scattered light 
from the blood changes from that of blood 
at rest. It is related to scattering angle, 
shear rate of the flow and other blood 
parameters. In the red-nearinf rared region, 
the intensity of backward scattering in- 
creases greatly with the increase of shear 
rate, and it becomes about double the 
intensity for blood at rest when the shear 
rate is 50 1/sec. Then the angular distri- 
bution curve changes from circular to 
asymmetrical flattened ellipsoid .The forward 
scattering intensity decreases with the 
increase of shear rate, and it also becomes 
double when the shear rate is 65 1/sec. Then 
the angular distribution curve does not 
change very much. 



BEa2-H.l 

Ambiguity of Determining Elasticity of 
Blood Vessel According to Transit Time 
of Pulse Wave , Ye GuoFan*, Qin Jie and 
Chai Ming, Dept. Electronic Engineering, 
Fudan University, Shanghai, P.R. china. 
The means of estimating the elasticity of 
a blood vessel segment by measuring the 
transit time (TT) of the pulse wave is 
widely adopted in diagnoses of arterio- 
sclerosis. Based on Moens-Korteweg' s 
formula, the faster the pulse wave speed 
C is, the larger the Young's modulus E is. 
However, the formula is derived from the 
nonviscous case different from the practical 
viscous situation, so the phase speed mea- 
sured Cf is dependent on the Womersley num- 
ber . For a definite harmonic the Cf/C- 
curves keep closely constant when 2. At 
the early-schlerosis with no significant 
stenosis and for a vessel like the femoral 
artery, 3 is true, so M-K formula is 
applicable. When stenosis degree of vessel 
radius S begins to 40% with E rising, 2 
becomes true, which implies that Cf may be 
no difference from the normal. In the case 
of severe case with S 70% ( 1), Cf can be 
slower than the normal instead* Our exper- 
iment in vivo on a dog's commom iliac artery 
with artificial sclerosis and stenosis veri- 
fied the above-men<-ioned law and proved the 
ambiguity of TT method. ( Supported by the 
National Science Fund of PRC) 
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Poslsienoitc Shear Layer Insiahiliiies, Arterial 
Wall Vihraitons and Coupled Nonlinear Oscillators 

J Treiber* R I Kitney, Biomedical Systems Group, 
Dept of Flectrica! Enpnecring, Imperial College, 
London SW7 2BT, UK 

Det^led analysis of m vtvo flow velocity measurements 
downstream of an induced stenosis has identified the 
existence of oscillatory flow disturbances, thought to arise 
from vortex shedding and arterial wall vibrations. 

As the evolution of shear layers is highly susceptible to 
low-amplitude disturbances, wall vibrations can greatly 
affect the vortex shedding process. 

In this study the sensitivity of poststenotic flow 
instabilities is studied experimentally. Forced flow 
measurements with an LDV downstream of modelled 
stenoses show that complete flow synchronisation may be 
achieved at very low forcing levels in steady flow, whereas 
pulsatile flow is considerably le&* susceptible. This explains 
the separability of the two oscillatory flow components 
observed in vivo. 

Finally, a mathematical model is described comprising a 
chzJn of mutually coupled nonlinear oscillators, that explains 
flow synchronisation and the differences in susceptibility for 
steady and pulsatile flow. Interestingly, this model also 
describes vortex pairing and exhibits a form of turbulence 
based on the concept of diffusion-induced chaos. 
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BE12-H.3 

Two- and three- dimensional visualization of 

velocity profiles measured in vivo in the 

aortic trifurcation in pigs. 

EM Pedersen^,JH 0stergaard & VE Knudsen 

Dept. Thorac. and Cardiov. Surg., Skejby Univ. 

Hosp. and Instit. of Experiin. Clin. Research, 

Arhus University, 8000 Arhus C, Denmark 

Atherosclerosis is often located at arterial bran- 
ches, probably due to local hemodynamic factors. 
We have studied the velocity distribution in the 
aortic trifurcation in six pigs (90 kg). Point ve- 
locities were successively measured in the distal 
aorta and in the aortic trifurcation in 21 measu- 
ring points distributed across the vessel area u- 
sing a 1 mm hot-film anemometer probe, using ECG- 
triggered ensemble averaging and computerized plot- 
ting, 2- and S-dimensional visualization of lami- 
nar velocity profiles were made. 

The velocity profUes proximally in the iliac arte- 
ry were asymm -trie with very low velocities near 
the lateral wall including signs of retrograde flow 
during diastole. Velocity profiles distally in the 
iliac artery were less asymmetric, 
small variations ( 10%) in heart frequency during 
the measurement series produced signifikant arte- 
facts m the profiles. To avoid this in the future 
It seems pertinent either to: 1) keep a constant 
heart rate using cardiac pacing 2) to measure ve- 
locities in different points simultaneously. 



BE12-H.4 

The mathematical distributed parameter 
model for arterial system with wall 
viscosity and tethering, H. Hirayama* 
and H. Yasuda, Hokkaido University, 
N 15, W 7, Sapporo, Japan 



To analyze the selective independent effects of 
the components of the arterial system including 
the surrounding interstitial tissue, we have con- 
structed a mathematical distributed parameter 
model for a segmental artery such as the femoral 
artery or coronary artery. By inputting the bio- 
logical data into this model, the flow wave trans- 
mission was reconstructed. The computed values of 
the several kinds of the impedances were almost 
coinsided with the experimental data. The fluid 
dynamical viscous resistance, inertial resistance 
and the longitudinal iir^edance decreased with the 
radius of the artery. The transverse impedance 
increased with the elastic modulus of the arteri- 
al wall E. The characteristic impedance decreased 
with the radius but its frequency dependance was 
small. The complex impedance (local impedance) 
increased with the E and the distance from the 
entry zone of the arterial tube x. The reflection 
coefficient was also changed with the E and x. 
However the effects of the wall viscosity and the 
tethering of the surrounding tissue was not so 
marked comparing with the effects of the radius 
and wall elasticity. 



BE12-H.5 

The pressure-volume diagram of human 
aortas is unaffected by sclerosis. 
G. Langewouters*, K. Wesseling and W. 
GoedharG, BMI-TNO, Academic Medical 
Center, 1105 AZ Amsterdam, 
The Netherlands. 

Segments of 45 human thoracic aortas, aged 30-88 
yrs at autopsy, were perfused with 37 C Tyrode 
at in-situ length. Two degrees of sclerosis were 
classified, according to the WHO definition: 26 
aortas were normal or only intima affected (ath- 
erosclerotic), 19 aortas were also media affected 
(arteriosclerotic) • 

Pressure-volume (p-V) relations were computed 
from measured diameter changes due to 20 mmHg 
pressure steps between 20 and 180 mmHg. A 
three- par a meter mathematical model for the p-V 
relationship explained over 99% of the variance 
in volume with pressure for each aorta. 
Inter Individual differences in the model parame- 
ters could for the greater part (>60%) be ex- 
plained by the factor age alone. Arteriosclerotic 
aortas had a slightly larger volume than atheros- 
clerotic aortas, over the entire pressure range 
studied. However, at physiological pressures, no 
differences between the compliances (dV/dp) of 
the two groups of aortas could be demonstrated 
(analysis of covarlance, p>0,05). 



BE12-H,6 

Numerical Simulation of Coronary Circu- 
lation During Coronary Sinus Occlusion. 
W. Schreiner *, F. Neumann, W. Mohl , 
E.Wolner. 2nd Surgical Dept. University 
of Vienna, A-1090 Wien, Austria. 

In order to study the effect of coronary venous 
interventions on coronary circulation, a model 
of coupled differential equations is set up and 
solved numerically. Aortic pressure and rnyo- 
cardial contraction, obtained by Fourier synthe- 
sis, enter as driving forces. Coronary arteries, 
capillaries and coronary veins are given re- 
sistances and compliances dependent on flow and 
volume, respectively. Integration yields pres- 
sures, flows and volumes within the coronary 
circulation as functions of time. 
Simulations are carried out for normal perfusion 
conditions and intermittent coronary sinus 
occlusion. The venous compliance is modelled as 
a function of increasing coronary venous volume 
during coronary sinus occlusion so as to repro- 
duce experimental data obtained from dogs and 
humans. Results are obtained for changes in 
.phase of coronary flow and the amount of re- 
distribution of blood as a consequence of coro- 
nary sinus occlusion. 
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BE12-H.7 

Pressure Variation on the Walls of a Model 

Arterial Branch During Pulsatile Flow, by 
* 

J« M» Khodadadi, Auburn Univ,, Auburn, AL 
36849-5341 and S* Vlachos, Univ» of 
Illinois. Urbana, IL 61801 



Numerical predictions of pulsatile laminar flow 
in a plane 90-degree bifurcation have been 
carried out. The cases of Reynolds numbers of 
38 and 102 with the corresponding Stokes numbers 
of 4.1 and 4.9 were investigated. The results 
show that one separation zone is established on 
the bottom wall of the main duct and another on 
the upstream wall of the branch. The numerical 
results were also compared to the LDV velocity 
measurements of the pulsatile flow field, 
showing excellent agreement in regions outside 
the separated zones 

The pressure field was also obtained during the 
course of the present study. The detailed 
variations of the pressure along the walls of 
the arterial branch model were determined. It 
is clearly evident that the presence of adverse 
pressure gradients in the vicinity of the two 
recirculation zones lead to local flow 
separation. 



BE12-H.8 

Viscoelastic Properties of Arteries in Human 
Forearms in Vivo, P. Gizdulich, Fisica Medica 
Universita I-5013U Firenze 

The viscoelastic pattern of the arterial pressure- 
volume diagrams was recorded- in a forearm segment 
of b healthy subjects. Arterial pressure was 
noninvasively measured by using a special waveform 
pressure recording system. Blood pressure was 
recorded simultaneously in the medium f'^nger of the 
left and right hand. Arterial volume was measured 
by using impedance plethysmography. TraJismural 
pressure and arterial blood volume in a segment of 
the forearm were controlled by using the unloading 
technique. Shifted loops in repeated subsequent 
cuff inflation-deflation phases were obtained. In 
the past, the importance to select very slow cuff 
deflation rate has been discussed in order to 
analyze the whole forearm segment. In that protocol 
a venous increased stasis was induced in one arm. 
As an immediate consequence, pressure waveform 
distorsion was documented. Our aim here has been 
to evaluate the influence of the increased venous 
pressure on local arterial blood pressure. A blood 
pressure variation between the two hands, related 
to cuff pressure trend, is occasionally observed. 
No trend of the differences of the mean pressure 
in the b subject group is documented. Assumptions 
on linearity of the hand^s impedance are discussed. 



BE12-H.9 

Ntinerlcal Analysis of FluiH-Part icle Dyndrdcs 
In Artery Bifurcations wlch Stenosis an *'. 
Surgical Reconscrucc Ion , C. Klelnscre ier , M. 
Nazemi^and J. P. Archie, Ji*. , NO State 
University, Raleigh, NO, USA 

One of several hypotheses for the progression of 
atherosclerosis involve hemodynamics and mass tran- 
sfer where fatty deposits represent tissue and wall 
shear stress responses. It is of interest to find 
out if atherosclerotic lesions occur at arterial 
sites because of locally low or high wall shear 
stress, laminar/turbulent or recirculating flow or 
because of a combination of several monentum and 
nass transfer processes. 

As a first step in the analysis of the localiza- 
tion, development and physical effects of athero- 
sclerosis, we solved the Navier-Stokes equations 
for steady laminar/turbulent flow in a two- 
dimensional axi symmetrically branching channel 
representing an aortic bifurcation. A parametric 
sensitivity analysis concentrated on the stenosis 
severity (ie, 0%, 35% and 65% lumen reduction), the 
bifurcation angle (ie, 7.5* and 22.5*), the 
Reynolds number (ie, 250 and 500), and the widened 
lumen geometry due to surgical reconstruction. In 
adding deposits in local areas of low and high wall 
shear stress, pseudo-transient, localized develop- 
ments of stenosis were achieved in the 
parent/daughter tube near the bifurcation. 
Interestingly enough, these sites coincide with 
actual fatty plaque locations found in humans. ^ 



BE12-H.10 

An Ejcperimental and TSieoretical Sirrulation 
Study of Blood Flow in Arteries, Y. Haggag*, 
King Saud University, Bianedical Technology 
Departinent, P.O.Box 10219 - Riyadh 11433, 
Kingdom of Saudi Arabia. 

Ihe xlow of blood through human arteries is 
simalated by the flow of an analog solution 
circulating through an elastic rui±er tube, under 
steady state flow conditions. Ihe pressure drop/ 
flew rate relationship is presented f ran theore-- 
tical point of view and catpared with the experi- 
mental findings obtained from a closed flow 
circuit. Two theoretical aj^roach are introduced 
a) tube wall material obeys Hooke's law, b) tube 
wall material do not obey Hooke's law. 
Two specimen of elastic ruWDer tube, smooth and 
soft, were used to conduct experiirents. ihe first 
specimen resenbles the thoracic aorta or the 
abdaimial aorta dimensions. Ihe second specimen 
simulates the femoral artery dimensions. Ihe 
experimental and theoretical results of the 
pressure drop/f lew rate relationship are in good 
agreement, particularly v^en the tube wall 
material is considered not to d^ey Hook's law. In 
conclusion, the elastic rubber soft tube may be 
used to simulate the blood flew in arteries, 
especially for the relatively large diameter and 
short length vessels such as the thoracic aorta. 
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BE12-H.11 

Wall Shear Stress Calculations in Constricted Ducts 

Ekaterinaris, D.P. Giddens, A.K. MazHer* 
Ga Tech, Mechanical Engineering, Atlanta GA 30332 

Theoretical and experimental studies on hemody- 
namics consider blood as an incompressible Newtonean 
fluid. In the present work the applicability of a low 
Mach number compressible approach is investigated in 
order to circumvent the difficulties associated with the 
numerical solution of the elliptic incompressible Na\'ier- 
Stokes equations which describe blood flow. 

The full compressible flow equations were employed, 
ajad the solution was obtained for low Mach numbers so 
that the incompressible flow limit could be satisfacto- 
nly approximated* Solutions were obtained for steady 
flows in axisymmetric constricted duv ; modeling condi- 
tions relevant to atherosclerosis studies. The numerical 
solution was performed with a finite difference implicit 
scheme using approximate factorization and Alternate 
Direction Implicit tecniques. The wall shear stress of 
the low Mach number calculations was in good agree- 
ment with both, numerical solutions and the experimen- 
tal LDV measurements for incompressible flows. The 
present approach is therefore useful for the investiga- 
tion of near wall phenomena in certain situations which 
are important in artherosclerosis studies, and it can be 
extended to treat unsteady and three dimensional flows. 



BE12-H.12 

NUMERICAL SIMULATION OF NONNEWTONIAN 
BLOODFLOW IN VESSELS 

steffan; g. bachler, r. puchbr 

AVL LIST GmbH*, 
KleiststraBe 48 
- 8020 Graz 

For the numerical simulation of blood 
flow in vessels the consideration of Non- 
newtonion Flow-Effects influences the 
flow field* We used the method of finite 
differences to solve the equations of 
continuity and momentum for three dimen- 
sions. As we were looking at vessels with 
"large diameter" the mayor nonnewtonion 
influence is comming from the Rouleaux- 
effect, which can be described mainly in 
a connection of viscosity and shearrate. 
For this link we used the equation of 
Cross. Using an interactive solution-al- 
gorithm we solved these equations for 
some typical stenotic nar rowings. A com- 
parison o£ newtonian and nonnewtonian 
flow field shows considerable differen- 
ces • 



BE12-H.13 

Ambulatory Measurement of Beat-to-beat 
Indirect Arterial Pressure in Human Fingers 
A.Kawarada*, H.Shimazu, H.Ito, H.Kobayashi, 
J.Masuda & K.Yamakoshi, Dept Physiol, 
Kyorin Univ, Mitaka-shi, Tokyo; K.Yamakoshi 
is in Res Inst, Appl Electr, Sapporo-shi, 
Hokkaido, Japan 

We had designed volume compensation tech- 
nique to indirectly determine beat-to-beat 
arterial pressure and its waveforms in 
human fingers. It comprises a compression 
fluid-cuff and its pressure controller and 
a photo-plethysmograph to detect arterial 
volume change. Applied cuff pressure onto 
the finger can be controlled by a servosys- 
tem connected to the cuff around the basal 
phalanx of a finger so as to keep the 
arterial volume constant at the reference 
level which correspond to the arterial 
volume in an unloaded state, in this study, 
we have developed an ambulatory system to 
determine arterial pressure using this 
technique. Pneumatic pressure control sys- 
tem is adopted in it: The frequency res- 
ponse is flat up to 60 Hz. The weight of 
the cuff and actuator is 180 g, and the 
total weight including a recorder and power 
supply 2 Kg. Using this system, arterial 
pressure in ambulatory condition were suc- 
cessfully recorded during various exercises 
and stress tests. 



BE12-H.14 

AN EXPERIMENTAL INVESTIGATION OF PHYSIOLOGICAL TYPE 
FLOWS IN LEFT VENTRICULAR AND AORTIC ARCH MODELS 
R. RIEU*, F. CASSOT**, D. MORVAN*, R. PELISSIER* 

(*) I.M.F., 1, rue Honnorat, 13003 Marseille, France 
(**) L.M.A., 31, Chemin Joseph Aiguier, 
13009 Marseille, France 

Using a cardiovascular simulator allowing 
the production of physiological flow conditions, 
ultrasonic velocity measurements were made in va^ 
rious elastic singularity models of the cardiovascu- 
lar system such as aortic arch or ventricular cavi- 
ties. Two velocity components were recorded in a 
sample volume of about 1 mm ; then the correspon- 
ding velocity vector was obtained at each instant 
of the simulated cardiac cycle. Using this no clas- 
sical method, it was possible to obtain new impor- 
tant original results m the rrain features of the 
flow. In the aortic arch, skewing effects of the 
velocity profile toward the inner wall of the bend 
and rotational creation near this wall illustrate 
unsteadiness, entrance conditions and curvature ef- 
fects. Flow characteristics in the anatomically sha- 
ped ventricle are associated with an important 
intraventricular vortex. The analysis of the instan- 
taneous velocity field allows, during the cardiac 
cycle, the follow up of this structure whose inten- 
sity and position are highly depending of the mitral 
and aortic valve specifications and in particular 
of vorticity creation on the mitral valve leaflets. 
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BE12-H.15 

Mass Transfer to and froc the Vessel Wall distal 
to a Sudden Tubular Expansion, X. Deng*, and T» 
Karino, Montreal General Hospital, Montreal, 
Quebec, Canada. 



To elucidate the possible role of fluid mechanical 
factors in the localization of atherosclerotic 
lesions in man, the effects of disturbed flows op 
mass transfer to and from the vessel wall distal 
to a sudden tubular expansion (where an annular 
ring vortex was formed), were studied both theor- 
etically using computational methods and experi- 
ment;»lly by measuring the dissolution rate of 
donut-shaped benzoic acid pellets which formed the 
wall of the tubular expansion* It was found both 
theoretically and experimentally that mass trans- 
fer from the vessel wall to the flowing fluid is 
much higher within the vortex near the reattach- 
ment point than anywhere else. Theoretical anal- 
yses on mass transfer from the blood to a perme- 
able vessel wall showed that for macromolecules 
such as lipoproteins, having small dlffusin co- 
efficients, a species concentration polarization 
occurs at the surface of the permeable vessel 
wall. The accumulation of species was predicted 
to be the lowest at the separation point and the 
highest at the reattachment point where the mole- 
cules are carried towards the vessel wall by the 
radially directed curved streamlines of the vortex 
existing in the vicinity of the reaftachment 
(stagnation) point. 



BE12-H.16 

CONSTANT SHEER RATE IN HUMAN CE.REBRAL 
ARTERIES, A BASIS FOR A MODEL OF THE 
CEREBRAL CIRCULATION, R. K* Pucher*^ , F. 
Anderhuber, St.Schuy, L.M. Auer 
University Graz, A-8036 Graz, Austria 

Exact knowledge of the structure of human 
cerebral arteries is necessary for the 
evaluation of a mathematical model of this 
complex vascular bed. 725 bifurcations in 
arterial casts of human cerebral arteries 
were investigated. Results show that the 
3^^ power of the diameters of thje parent 
vessels aquals the sum of the 3^^ powers 
of the diameters of the daughter-vessels. 
Sheer rate is therefore only changed mini- 
mally. Based on constant sheer rate in 
cerebral arteries, a model of the human 
cerebral circulation was developed. The 
model includes some 30 million arteries, 
arterioles and capillaries. Non-Newtonian 
behaviour of blood viscosity is taken into 
account. Cerebral autoregulation is simu- 
lated by means of diameter variation. 
After numerical solution of the flow 
equations, pressure gradient, flow veloci- 
ty, Reynolds numbers and volume flow can 
be seen in all vessels. Theoretical limics 
of cerebral autoregulation are calculated 
and compared with measured data. 



BE12-H.17 

ANALYSIS OF HUMAN CEREBRAL ARTERIAL CASTS 
RK Pucher, F Anderhuber*^ , St Schuy, 
LM Auer, University Graz, A-8036 Graz, 
Austria 

Compared to other vascular beds the 
cerebral circulation shows differences in 
the geometrical structure. Large cerebral 
arteries themselves and also their bifur- 
cations are exclusively situated on the 
surface of the brain. Therefore, these 
arteries are rather long to be able to 
reach all points of the cortex. 
27 arterial casts of human cerebral 
arteries, containing 1307 single arterial 
branches, in the diameter range from 3mm 
to 250um were investigated. The relation 
of arterial diameter to arterial length 
was found to be similar in the vascular 
beds of the anterior (ACA) , middle (MCA) 
and posterior (PCA) cerebral artery. The 
data is used to develop a mathematical 
model of the cerebral circulation. The 
relation of mean intravasai pressure to 
arterial diameter was calculated for all 
three vascular beds. It is shown that the 
pressure head loss in the large arteries 
of ^he MCA territory is higher than in the 
territories of the ACA and PCA. This 
result shows that additional pressure 
drops (vasospasm, stenosis) are more 
likely to cause hypoperfusion in the MCA. 



BE12-H.18 

Pulsatile Flow of Blood Through an 
ivneriosclerostic Vessel, T.Usha 
and R.Ponnalagar Samy* Centre for 
Mathematical Sciences, Vazhuthacad, 
Trivandrum- 695014, India ,'*'Depart- 
ment of Civil Engineering, Chuo 
University, Kasuga 1-13- 27, Tokyo. 

The effects of rheological behaviour of blocxi and 
pulsatility on flow through stenosed arteries 
have been investigated. The rheological behaviour 
of blood is described as non-Newtonian fluids 
obeying Casson niodels. The perturbation technique 
has been adopted to investigate the flow. The 
most notable result of pulsatility is the phase 
lag between the pressure gradient and flow rate, 
which is further influenced by the non-Newtonian 
nature of blood and the height of the arterio- 
sclerostic plaque. It is found for the first time 
that the phase lag between the pressure gradient 
and flow rate, flow resistance, radius of plug 
core region and velocity changes along the axial 
(flow) direction in the stenosed region. It is of 
importance to know the correlation between the 
change in the phase lag and the growth or altera- 
tion of arteriosclerostic plaque on the arterial 
wall but it is not still clear what the role this 
phase lag can play in the growth of stenosis or 
the development of cardiovascular diseases. It is 
therefore suggested that a series of experiments 
is to be conducted to identify the role of the 
phase lag concerning cardiovascular diseases. 
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BE12-H.19 

An Experiiaentfcl Study on the flow characteristics 
in a Se uebti^l Bypass Grafts, S^Kanazawa* 
T^Fujiwara, H^Inaua, S<Matsuoka, H.Yoshida, 
T»Katsumura, Dept» ct Thoracic and Cardiovascular 
Surgery, Kawasaki hedical School, Kurashiki, Japan 

Vhe sequential bypass jurgery is performed 
frequently for the coronary revascularization to 
multiple coronary vessel diseases^ To investigate 
hemodynamics in a sequential bypass graft, we 
provided a sequential bypass graft mcUsl between 
the left and right external iliac arteciot using 
autologous external carotid vein in the aogs* Wa 
measured the blood flow rate and velocity pro- 
file across the graft using electromagnetic flow- 
meter and 20MHz 80 channel pulsed Doppler velocin- 
eter, respec tively* The flow rate into the sirie- 
side anastomosis is always higher than that Into 
the end-side anastomosis. However, enough blood 
flow was supplied through each anastomosis, indi- 
cating the usefulness of the sequential bypass 
graft for the blood supply to ischemic heart dis- 
ease with multiple vessel diseases. Regarding the 
velocity profile, directional skewing of the ve- 
locity profile was recognized in the region just 
proximal to the side-side anastomosis. The revei .e 
flow near the wall opposite to side-side anastomo- 
sis suggests the existence of flow separation 
and recirculation zone in the region. Thus, we 
considered that the flow condition of the side- 
side anastomosis is better than that of end-side 
anastomosis from the view point of fluid dynamics. 



BEI2-H.29 

Evaluation of velocity waveform in intramyocardial 

artery and vein by laser Doppler method 
K. Mitor Y.Ogasawara. O.Hiramatsu. Y. Wada. M. Goto. 
S. Tadaoka. K. Tsujioka. R Kajiya . 
Kawasaki Medical School. Kurashiki, 701-01. Japan. 

To evaluate the intramyocardial blood flow pattern, 
we employed the laser Doppler velocimeter with an 
optical fiber (0.062mm). The optical fiber was inserted 
into the intramyocardial artrey and vein of five 
anesthetized dogs, and the blood flow velocity near the 
rounding fiber tip wa& measured. The blood' flow 
pattern of the deep septal artery (I0.20mm depth) was 
exclusively diastolic, accompanied by a sharp reverse 
flow during isovolumic contraction. Following 
administration of nitroglycerin, it increased the both 
forward and reverse flows, and the second peak of the 
reverse flow appeared during mid systole. The blood 
flow pattern of the intramyocardial vein (depth: 1.0- 
3,0mm) which empties into anterior inierventricular 
vein increased rapidly during the isovolumic 
contraction phase. It decreased with the beginning 
of diastole and a transient reverse flow was observed 
frequently during early (or mid) diastole. 
Administration of nitroglycerin resulted in the 
increase in the systolic flow which showed a double 
peaked pattern. It also increased the reverse flow. 
The systolic forward flow in the vein showed a 
reciprocal relation with that of the reverse flow in the 
artery. It was indicated that the phasic blood flow 
patterns in the intramyocardial artery and vein are 
more reflective to the effect of myocardial contraction 
and relaxation on the intramyocardial vascular beds. 



Hemod)mamic disttirbances at arterial stenoses in vivo 
J.H. 0stergaard*, E. Morre Pedersen, V.E. Knudsen, 
J.M, Hasenkam, H. Nygaard & P.K. Paulsen. 
Dept. Thorac. Cardiovasc. Surg., Skejby Univ. Hosp. & 
Instit. Experini. Clin. Res., Aarhus University. Denmark 

As the progression of arterial stenoses is considered 
caused by induced local hemodynamic disturbances, we 
have attempted to characterize the velocity field 
downstream mild arterial stenoses. 
Fifty and 85% area-reducing stenoses were construc- 
ted successively by external banding of the abdominal 
aorta of 6 pigs. Using hot-film anemometry and analog 
filtering technique, laminar and turbulent blood velo- 
city parameters were measured and computed for 21 
points distribtited in the vessel cross-sectional area 
at 3 axial positions. 

While the peak systolic velocity was highest 1 diameter 
downstream 85% stenoses, the absolute and relative 
turbulence intensities were most prominent 2 diameters 
downstream. Velocity profiles revealed a typical post- 
stenotic jet, whereas just downstream the stenoses 
the relative turbulence intensity demonstrated an "M"- 
shaped radial distribution. Furthermore, the analyses 
indicated that the turbulence became more low-fre- 
quent further downstream the stenoses. 
This study shows, that the peak systolic velocity, the 
absolute and relative turbulence intensity and the fre- 
quency content of turbulence in the post-stenotic velo- 
city field strongly depends of degree of stenosis and 
radial and axial position of measurement. 



BE12-H.22 

BUCKLING OF A THIN CYLINDRICAL SHELL 
SURROUNDED BY AN INFINITE MEDIUM: 
APPLICATION TO CORONARY MICROVESSELS 
G. SAMAKE, D. GEIGER; C. ODDOU 
Laboratoire de M^canique Physique, 
University Paris XII - 94010 Cr^teil, FRANCE. 

A theoretical model was developed in order to assess the changes 
in the lumen area of coronary microvessels during a cardiac 
cycle. A segment of small blood vessel is assumed to be 
embedded in an isotropic and infinite medium which is subjected 
to a time and space varying tissue pressure, as calculated ^m a 
left ventricle mechanical model. It was emphasized that, close to 
the endocardium where the tissue pressure is high and for a 
sufficiently thin wall vessel, a buckling phenomenon can occur in 
the occlusion mechanism. 

Such an instability process was analyzed under the hypothesis of 
a linear, isotropic, and elastic behaviour of the medium assumed 
to be strained in the plane perpendicular to the vessel axis. For a 
given pressure, our theoretical analysis gives a formula for the 
critical pressure at which an elastic instabSity appears, depending 
on the rheological parameters of the medium. 
The results were validat d by comparison with those of 
experiments where a PVC tube was either inserted or tethered 
within a large piece of latex foam, itself submitted to a controlled 
pressure. 
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BE12-H.23 

A NUMERICAL APPROACH TO PROPAGATIONS OF NONLINEAR 
PULSE HAVES IN ARTERIES S.G. Wu»-, Beijing Poly- 
technic Univ, Beijing, P.R.China, G.C. Lee, and 
X.S. Ma*, State University of New York, Buffalo, NY 

The present paper mainly deals with methods of num- 
erical solutions for the problems of propagations of 
nonlinear arterial pulse waves. The artery is as- 
sumed to bQ a thin-walled vessel with the small 
tissue thickness, and its wall is locally orthognal, 
anisotropic, elastic and incompressible. In addi- 
tion, the blood is modeled to be an incompressible 
Newtonian fluid with the axisymmetrical flow. In 
this numerical experimentation, the problem of pro- 
pagations of nonlinear pulse waves in the aorta of 
a dog is studied, and the calculation is being per- 
formed in IBM-4381 computer. The complete numerical 
results are obtained, they involve solutions of pro- 
pagations of the following nonlinear pulse waves: 
pressure, velocities and flowrate of the blood, as 
well displacements, velocities and stresses of the 
vessel wall. These results obtained are very useful 
to explain the mechanism of propagations of pulse 
waves in arteries. 



BE12-I.1 

Ultrasono-Tomography Using FM Chirp 
Pulse Compression Technique, 
T.Moriya*,S.Kiryu/H.Matsukawa/T.Fuse, 
Y.Tanahashi+/ Tokyo Metropol. Univ., 
I-I/Fukasawa 2-Choine, Setagaya-ku, 
Tokyo, 158, Japan , +Tohoku Univ. 

To improve resolution of ultrasono- 
tomography and to remove bioeffects 
due to the peak intensity of the 
ultrasonic pulse, we devised a scanning 
system incorporating FM chirp pulse 
compression technique. 
The B-mode images for tissue mimicking 
fantoms and abdominal B-mode images ar . 
obtained using the system and compared 
with those obtained using the 
conventional pulse method. 
We have found that (1) the images 
obtained by this method are similiar to 
those obtained by the conventional 
pulse method, when the center frequency of 
the chirp signal from the region of 
interest is the same with the center 
frequency of the pulse signal from the 
same region, (2) without changing the 
transducer, we obtain the B-mode images 
with higher lateral resolution only by 
shifting the center frequency of the 
chirp signal to the higher frequency. 



BE12-I.2 

The Acoustic Radiometer Measured 
Ultrasonic Therapeutic Instrument 
Jin Shuwu* Zhejiang Un\versity 
Hangzhou,China 



According to acoustic ra iiated force cheory 
an*^ Shotton's raethod^a new type ol acoustic 
radiometer with lloat tetnered chians lor 
measuring output mean sound power from the 
ultrasonic therapeutic instrumentations and 
others ultrasonic equipments is developed. 
The basic pricipJ*.e^construction aesign^ 
sesitivity cali'jrated and measured method 
are described and reraakable advantage of 
the radiometer is intjroduced, too.. 
The reflected target witn air backing in 
diameter 6.1cm has the fftfflected coeflici- 
ent 99. 9?^. The vernier gauge and the optical 
readout system used for measuring displace- 
ments by acousitic radiated force. 
Nine errors of the radiometer is analysed. 
The measured repeatability error lor con- 
fidence level 99.7:?^ is bfetter than 2.35^- 
The sensitivity constant in 0.5-10watts 
measured range is 10.90mm/v/» 



BE12-I.3 

Experiaents for a new quantitative re- 
flection inaging, Jian-Yu Lu and Yu Kei* 
Dept. of Biomedical Engineering, Nanjing 
Institute of Technology, Nanjing, China 

A new quantitative reflection inaging nethod which 
reconstructs the sound speed distributions of 
biological soft-tissues using the outline inforna- 
tion and the phases of rf echo signals on these 
outlines provided by conmercial B-scanner has been 
developed by the authors recently*. This paper 
reports the experiraent studies for iaage recon- 
structions using the method introduced above. 
The rf echo signals are acquired froa the conner- 
cial Japanese B-scanner SSD-256 using the wave- 
fora-storage oscilloscope HP-1980B with a sanpling 
rate as high as 30 MHz. An interface between the 
B-scanner ond the oscilloscope was specially de- 
signed to eliiiinate a randoR wavefora shock caused 
by big tioe-delay of the wavefora froa trigger. 
The signals saapled are transferred to IBM-PC 
coaputer using IEEE-488 parallel interface for 
iaagi? reconstructions. Several agar phanto«s were 
prepared and were put into an echoless tanker for 
experiaents. Conpared to the iaages displayed on 
the screen of the B-scanner, the iaages recon- 
structed are aore helpful in the understanding of 
the structures of the test objects. 
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BE12-J.1 

Early and late microvolt potentials 
/mV/ in patients with ventricular 
tachycardia/fibrillation. P.Walczakf 
R.K?pski, W,Rutyllo, W.Poplawska, 
M.Hoffman. National Institute of 
Cardiology o4-628 Warsaw, Poland 

In patients after myocardial infarction 

/i^mA^^^^^^?"^^^ tachycardia/fibrillation 
/VT/VF/ existence of late potentials /IP/ 
may be often found. Ventricular uV could 
be also observed in some pts, within /as 
"notches"/ and even before /as "earlv po- 
tentials" - EP/ of the QRS complex. 
In this study relationship between degree 
and quality of myocardial damage and occu- 
rence of ;iV, in the low noise ecg recor- 

I'JH^ro^^^T^^^^"^^^^- '•^ with primary 
VTAP , LP occured in 7194, EP In 1 pt, the 
total ventricular activity time /TVAT/ wis 
x«121 ms and the ejection fraction /EP/ 

To\^^^??^^ ^IL^^ P^s, ^i^^* secondary VT/VP, 
LP had 89%, EP ^ 32%, TVAT X..134 ms.and 
EF x:^449«. The longest TVAT x=l47 ms and 
the lowest EP - 3354 had pts w;.th secondary 
VTAP.and with EP. ^ 
Conclusion: Appearence of early potentials 
wlthm pts having late potentials indica- 
tes higher degree of myocardial injury. 



BE12-J.2 

Measurement of ventricular activity 
in multi-directional high resolution 
e.c.g* R.K§pski*F.V/alc-^ak, M.Hoffman 
National Institute of Cardiology 
04-628 Warsaw, Poland. 

Thanks to the spatial electrode location 
developed in our laboratory, multi-direc- 
tional " :)w noise /0.5pVp-p/recording with 
analog averaging was applied to the uV 
signal detection. In this v/ay the ventri- 
cular activity detection due to 4 diffe- 
rent measurement directions wc ^ achieved. 
Advantage of this method :1 . Improvement in 
small signals detection /like late poten- 
tials, Q.lS-notches, pre-QRS waves etc./, 
2. Estimation of the onset and termination 
points of the Q:^S ^Viewed" from different 
directions, 3. Indication of vectorial 
orientation of pV signals on the basis of 
their magnitudes in subsequent traces, 
4. Possibility of a sinale-beat recording 
or registration with limited number of 
averaging cycles. Clinical experience: 
method applied as a routine test for pts 
with different stages of the coronary 
heart disease, dilated and hypertropic 
cardiomyopathy, arrhythmooenic right vent- 
ricular displasia, mitral prolapse and with 
ventricular arrhythmias of unknown origin. 



BE12-J.3 

THE COMPUTER SIMULATION OF THE PASSIVE PROPERTIES IN 
THE CULTURED MYOCARDIAL CELLS 

Qin Chengde*, Hu Yang, Wang Junjian, Dept Bioeng, 
Huazhong Univ of Science & Technology, ard Li 
Li Xiaoguang, Dept of Medical Elec Eng, xi'an Med- 
ical College, Wuhan, Hubei, P.r. china 

Using glass-electrodes (tip <0.5 urn) intracellular 
recording technique, we measured the parameters of 
the passive properties in cultured Myocardial cells 
from neonatal rats as follows: membrane capacitance: 
Cm, 1.6 iJF/cm^, membrane resistance: Rm 8.9 KOcm^, 
membrane time constant: Tm, 14.2 mS. 
The RM and Tm of the cultured myocardial cells were 
decreased by adding sodium fluoride (NaF, 5ppm) to 
the perfusing eagle's fluid. 

The effects of fluoride on the passive properties in 
the cultured myocardial cells were simulated by means 
of Apple-II microcomputer system, according to BR 
(Beeler and Reuter) model. BASIC language, Euler's 
method and a self-adaptive procedure were used. 
Simulation results suggest that the effects of fluor- 
ide on Tm and Rm of myocardial cells were realized 
through increasing the potassiam conductance (G^) of 
heart cell membrane. 




BE12-J.4 

A Method For Nciiinvasive Deter- 

Tining The Cardiac Eltrctrophy- 

sioiogical Parameters 

Fang Suxiana* Fudan University 

Jiana Mtrnpincj, Sushou No.. I Hosp. 

CHIUA 



Measuring of cardiac eleccro-physioloqical 
paranecers is a prinal thing for study 
arrhythmia and is an important ^^vidanci? zo 
rakt a exact diagnosis . and decision how to 
use ^nti-arrhythria drugs. 
Usually. 2-4 Catheters wer*= inserted trans- 
venousiy into heart tot scimulacmg.nyw 
instead it of usma a smqle ouadripolar 
racrer -lectrode transes'^pncreallv put a 
oair cf el6ctrod.^s n^ai th^ ventrio.*^^, so as 
CO 5cinulate heart effectively ro Af^t^t^r, 
Che electrical acti.'^g of heart, 
rne mstrur^ent for this purpose was de- 
signed which IS a r^tlti-f unct:.on progran- 
-.abi.e sti/uiator. It can d^^liver four kind 
:>t pre.-^ature stiruli. SI, S2, S3, S4. Each 
:>ne .->ay be proara.^ned ind^^pedently and 
synchronized with P or R wave picked up 
tL'on esopnaqus by the sare electrode. The 
stimulator is also able to deterrr^in*- re- 
entry tachycardia both by autoMtric and 
ranipulation. 

More than 50,000 cases have been examined 
m this way in the past 3 years in China. 
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BE12-J.5 

Studies on High Frequency Electrocar- 
diogram in the Early Diagnosis of Coro- 
nary Heart Disease, 2hu Wei-ping* 
Zhang Yun- fcng, Zhang Chun-hua, 
Tang Lin, Wang Shu-chun, and Gao De-en, 
Shandong Teachers' University, Jinan, China 

We conducted the comparative studies between 
applied high Frequency ECG and selective coro- 
nary arteriography to the clinical diagnosis of 
CHD in three groups of 43 patients with angina 
pectories, myocardial infarction and cardiomyo- 
pathies. Our data showed that high frequency 
notches could separate patients in CHD group 
from patientB in cardiomyopathies group and that 
significant differences were observed 
between groups (p<0.05). By counting notches in 
the 6 leads, it would be expected that patic>nts 
vho had more than 6 notches would be associated 
with 50% or greater obstruction of single or mul- 
tiple-vessel, demonstrated on coronary clneangio- 
gram. BAsed on the creterion, the correspondence 
rate between applied HFECG and coronary arterio- 
graphy to teh diagnosis in CHD was 74%. 

Using the high frequency technique, we have stu- 
died: 82 new subjects in tbt- middle aged and the 
aged, results showed that a total of more than 3 
high frequency notches in the 6 leads suggested 
a high probability of CHD. 



BE12-J.6 

The direction and distribution 
of His Bundle potential on the 
body surface^ J. Jin*, Xian 
Medical University, P.R.China; 
G.Schoffa, University Karlsruhe 
D-7500 Karlsruhe, F.R.G. 

The purpose of this vTork is to search the opti- 
mal lead positions and reasonable space -average 
methods for non-invasive beat to beat His Bun- 
dle potential recording (HBPR). A new IBM-PC XT 
(or AT)-controlled multichannel EOG system with 
very high resolution has been developed for this 
research, llie measurement was carried out by 10 
health men in normal environment. The direction 
and the distribution of His Bundle potential on 
the body surface were investigated with PQ-Sag- 
ment map and P^segment vectorgitLn, from which 
the suitable lead positions and the reasonable 
space-averaging method for non-invasive beat to 
beat HBPR could be concluded. These new leading 
methods were then examined by the beat to beat 
meastirement in normal environment by 10 i;eople. 
The* result of this work is a recommendation of 
the reasonable leading system for beat to beat 
HBPR, 



BE12-J.7 

liffect oi blood-flow-induccd electrarotive force on 
heart in a hx^t ragnetic ficlu, 0. ikii^ and K* >bkino, 
Kyorin Uuversxty bchool ol Hooltli Sciences, *^iiyaduLa 
476, Ibchioji, lci<yo iy2. 

There ore nnny conflicting papers about tlxi imgnetic field 
effect. In this study ve discussed one of these probloiB. KSien 
a conductive fluid moves across a inrj^netic Lield, 
electroTDtivc force (iiMP') Is induced perpcfxliculor both to 
moving direction of Uk jonductive iluid and tl« no^;ietic 
field. A study vos mode to investigate the effect of tlx; 
electrical potential generated by blood flew in the hcort in a 
hdgh magnetic field on die sinus node vhich provides a rhytlm 
of the heart. 

In the first place an experiment vos mcvde on rabbits. lU) 
electrodes wro placed for tlie EDJ or heart rate manitoring. A 
nngnet energized by on electrical current generated a nngnetic 
field intensity of ^000 jpuss cl the center between tlve 
poles. We investigated the changes in heart rate in response 
to a mogpetic field at various ongles 00 between the 
'Jorsof rontal direction of the diest and the north-to-soutli 
direction of the field. After a rabbit vos jjlaced in the high 
magnetic field, ve detennined heart rate under various 
conditions; v^hen W « 0 degree, heart rate vos fewer than 
control; when W « 180 degrees, heart rate vos more than 
control; vhen W vas ^0 and 270 degrees, heart rate v^as almost 
of the same as control. Rxm these results it kis found that 
tie reciprocal potentials of these blood-flow-induced EMF 
acted on the sinus node to elicit an increase or a decrease in 
heart rate. The same results vos yielded in the experimait on 
rmn. 



BE12-J.8 

A Low-Cost Real-Time System for Detection of 
Late Ventricular Potentials, MA Poluta*, IWP 
Obel, Johannesburg Hospital and University of 
t''e Witwatersrand, Johannesburg, South Africa 

Non-invasive detection of late ventricular poten- 
tials (LVPs) is being used as a screening test for 
cardiac patients at risk to recurrent sustained 
ventricular tachycardia, a life-threatening arrhy- 
thmia. An LVP measurement system comprising the 
following modules has been used on over 200 pat- 
ients : 

- A high-frequency ECG module with a gain of up 
to 500,000 and a bandwidth of 30-2000 Hz. (The 
upper frequency limit is effectively reduced 
by trigger time-jitter) 

- A conventional ECG monitor module for process- 
ing of the reference ECG signal 

- A trigger module for generation of the fidu- 
cial point, with adjustable refractory period 
for rejection of extrasystoles 

- A Gould 1425 digital storage oscilloscope with 
waveform processor option for display, averag- 
ing and manipulation of the reference and high 
frequency ECG waveforms. 

A 200-millisecond time window is used to display 
the QRS-complex and ST-segment. The test procedure 
includes 4 bipolar lead configurations and typi- 
cally lasts less than 15 minutes. All patient 
connections are isolated. 
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BE12-J,9 

Recognition and Tcrainatlon of Faroxvsaal 
Tachycardia, Jiang Ding'^and Zu-Xiang*Fang 
Fudan University, Shanghai, F.R. China 

Paroxysaat tachycardia (FT) is an abnoreal rhylh« which 
ca(. be treated by electric therapy. After analyzing the 
«echar.is« of PT,¥e set up a new threshold for kutoaatir 
recognition. That is: Tt=|.'2(rardj« period)+constanl 
Practical application shows that this threshold is luch 
siap er, .ore practicable and effective than those rur- 
rently used in Hollers or -onllors. It can distinguish 
with high accuracy between PT and sinus lachvcardia 
Prmture Extra-Sti.ulation (PR?) is a safer .athod to 
t^"T'"°'^,.!!I- '° f'"'^ ''T^r.inating 

Half UiviMon . i5 can adaplivcly «odlf> the searching 
direction bv detecting the different re.^ponsc to sti.u- 
lotinn in differeni sidt»s of the TH.and hat reduce the 
iiilervals of succes:;ive slinuli.Thus ii is probably far 
■ore efficient than the traditional Linear .%'canniiiq al- 
gorithB where the searching direction amf ^tinuti in- 
tervals are tioth fixed. Nuppnse « and U arc the equiva- 
lent stiniili nnijlier of Half mvision and Linear .Scann- 
ni3 «lporilli«. theoretiial rnl.nlotlon shoxs that Uiev 
liave the following relatib/j: HzU)\\ N. 



BE12-J.10 

Surface^activated LTI Carbon 
Endocardial Pacing Electrode, 
Ye-cho Huang*, Jie Jin, Wei- 
Xing Sun, Chang-zong Cui, Wen 
Fu, Xian Medical University, 
Xian, China 

A new endocardial pacing electrode material- 
surface activated loiter temperature pyrolytic 
isotropic (LTIA) carbon lias been studied. Its 
electrical properties v?ere measured in vitro, 
compared with Pt-Ir, Elgiloy, Ag-AgCl. It pos- 
sesses very good electrical properties and bio- 
logical compatibility. The e>q5eriroents of hT^\ 
carbon endocardial pacing electrode were car- 
ried out in ti^o groups - LTIA and Elgiloy. Two 
electrcdes were implanted in each dog's right 
ventriude and the difference between electri- 
cal parameters of these paired electrodes were 
analysed. Statistical analysis of stimulation 
thresiiold, attenuation rate of wave, ejKio- 
oardial ECG cind cardiac function after elec- 
trode implantation sho^'ed that LTIA carbon 
elootrode had a better sensing character and 
lower chronic st;imulation threshold. A reduc- 
tion in loccJ. tissue reaction has been verified 
by in-vivo tests. This new developed pacing 
eh^ctrodes has been used in clinio since 1985. 



BE12-J.11 

Performance of a sintered titanium electrode, 
R. Thull* and M. Schaldach, Zentralinstitut 
fUr Biomedizinische Technik, Universitat 
Erlangen, D-8520 Eriangen, FR of Germany 

Due to electrochemical properties, the stimula- 
tion electrode material does not influence normal 
thresholds as long as pulse duration is short 
compared with the time constants of any electro- 
chemical processes, and the electrode surface 
layer is either electron conducting comparable to 
the bulk, or the dielectric is suitable thin and 
of large area. 

Contrary to the threshold performance of the ma- 
terial, its structure has a significant influence 
on the detection capability of small intracardiac 
signals. In continuation of earlier development 
studies, an electrode was made of sintered 
TiA15Fe2.5. In vitro test results show a very low 
cutoff frequency and a short recovery time after 
pulse delivery. Characterization shows both a 
small deflection from the equilibrium state of 
the surface structure and ion distribution, which 
are prerequisites for low energy losses in the 
electrode tissue interface. Optimal sensing and 
stimulation properties have been confi.^ed by a 
multicentric clinical study. 



BEi2-J.l2 

A Monitor to detect His- and Early Atrial Poten- 
mis from the Surface of a Langendorff Perfused 
Heart, E.H^fer*,G.Stark.H.A.Tritlhart, 
Karl-Franzens-Universitat Graz, A8010 Graz, 
Austria. 

Detection of His-Bundle- and early atrial potentials re- 
quires intracardiac measurements. W.^ developed a 
method to measure continously those signals by a single 
bipolar epicardiac lead in Langendorff pdrfused heaits. 
Simultaneous intracardiac (HBE) and epicardiac 
(SECG) electrograms were recorded and compared in 
the time and frequency domain. The power spectra were 
evaluated to design a mom'tor, consisting of a 
preamplifier and a raainamplifier with appropriate filters 
and offset adjustments (overall gain 10^ cutoff frequen- 
cies of 30,80 and 900,3000 Hz). The trigger input for the 
oscilloscope is switched to the R-wave of the SECG or to 
the stimulus signal. With this monitor, the regular SECG 
and the windowed His- or early atrial potentials can be 
recorded in a beat to beat manner on t* ^ screen of a 
simple digital oscilloscope to evaluate impure genera- 
tion and conduction in the intact heart. 
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BE12-K.1 

Cardiac output measurement: Accuracy and precision 
of thermal dilution and ultrasound techniques 
measured against a calibrated standard and 
guidelines for clinical use. G Hutchinson* and L 
Straton, ECRI, Plymouth Meeting, PA. 

The thermal dilution and ultrasound techniques 
for measuring cardiac output have comparable 
accuracy and precision but the specific application 
may dictate the use of one or the other because of 
the characteristics and limitations of each. Under 
our controlled conditions, we found both techniques 
had errors of 5% or less and had precision of about 
2*5% or less; the thermal dilution was technique 
slightly superior. We tested over a range of 1 to 
10 L/m and heart rates of i|0 to 180 bpm. For this 
study, we developed a pulsatile flow, left heart 
and circulatory system simulator on which we can 
calibrate the flow. Several flow studies verified 
that the flow profile within the simulated aorta 
was realistic. Calibration was accomplished by 
having the fluid collect in a resevoir and 
measuring the time to collect a known volume. 

In practical usage, errors arising from user 
technique are more controllable with thermal 
dilution. In choosing to use one method over 
another, it is necessary to consider whether 
absolute accuracy or simple trending is required, 
if continuous measurement is advantageous, whether 
simultaneous wedge pressure measurements will be 
needed, if infection risk must be minimized and 
the skill of the personnel available. 



BE12-K,2 

ALGORITHM FOR CALCULATION OF INFARCTION 

SIZE AFTER THROMBOLYTIC THERAPY, 

J. Delanghe, L. Cluyse, H. Thierens*, 

I. De Scheerder, M. De Buyzere and 

R. Wieme, Dept. Clin. Chemistry, 

Medical Physics, State University Gent, 

Belgium. 

Recent advances in myocardial infarction therapy 
resulted in an early reperfusion of the infarcted 
zone. As a consequence release of enzyme occurs 
earlier than in untreated infarctions resulting in 
different release patterns. As released enzymes 
show differences in catalytic properties upon 
aging, classical algorithms for size estimation 
cannot be used as they overestimate infarction 
size (up to 30 %) . Taking into account changes in 
activation energy of the catalyzed reaction, serum 
activity of cardiac enzymes (CK, CK-MB) were cor- 
rected for loss of specific activity in function 
of time. A computer algorithm was designed in 
which time needed to reach peak activity was used 
as a corrective parameter. Elimination constant 
of disappearance of CK from serum was calcijtlated 
from each patient's individual data. Distribution 
volumes of enzymes were corrected for age. Using 
these corrections, clinically useful and reliable 
estimations of infarction size are possible ^ad 
efficiency of reperfusion can be calculated. 



BE12-K.3 

Cardiac Output Assessment by the Single^Breath 
Method: An Evaluation 

R. Srinivasan* KRUG International, Houston, Texas. 



The single-breath method of determining 
cardiac output is a simple noninvasive procedure 
requiring meat irements of only O2 and CO2 
concentrations at the mouth during an expiration. 
However, the method is highly sensitive to measure 
-ment errors. Also, any lung tissue absorption of 
CO2 that may be present can introduce significant 
errors in ctie estimated cardiac output, if not 
taken into account in the calculations. Recent 
analysis based on computer simulation has demon- 
strated the feasibility of obtaining acceptable 
estimates of cardiac output by the single-breath 
technique in the presence of both normal measure- 
ment errors and lung tissue exchange of CO2. 

This work extends the above analysis to 
evaluate the effects of the underlying assumptions 
of the single-breath method on the estimation of 
cardiac output. The assumptions include linear CO2 
dissociation, constant O2 consumption, and homo- 
geneity of the lung. The likely errors from these 
assumptions were assessed using a gas exchange 
model with a multi-compartment representation of 
the lung. The results indicate ways to minimize 
the errors through appropriate selection of data 
segments from the expiratory interval. 

Work supported under NASA contract NAS9-17720. 



BE12-K-4 

Estimation of Mixing Volumes from Bolus 
Indicator Dilution Curves, £. Fonstelien*, 
STEM, 1320 Stabekk, Norway. 

It can be demonstrated that a bolus indi- 
cator response after n mixing compartments 
may be expressed as 

c(t)«A( r(n))~^(kt)"~^exp(-kt) 1) 

where k is the rate constant flow/volume, 
f(n) is the Gamma function of n, and t is 
time. A io a constant governed by the in- 
jectate volume, contract, and injection 
time. Vascular flow is calculated accor- 
ding to 

F=c V./Jc(t)dt«A~-^kc V. (c^,V. are injec- 

Old 01 01 

tate properties). 1) may be transformed: 

ln(c( t) )«ln(A/f(n) )+(n-l)lnk+(n-l)lnt-kt 

and with Int and t as independent variab- 
les in a bivariate regression model, it is 
possible to calculate k, n, and A. The 
total mixing volume V. , i. e. the vascular 
space between the injectate inlet and the 
concentration reading device can be found 
as V.«nF/k. A series of thermal dilution 
measurements on humans at right heart cat- 
heterization to find V^ and n is reported. 
The results are believed to carry diagnos- 
tic information. Normally the right heart 
cavities are V«210ml and nss2,5. 
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BE12-K.5 



Personal Computer Based Cardiac 
Output Impedance Cardiographer. 
S . Charl es ton* ,T . Al j ama , M. Cadena . 
Unlversldad Autonoma Metropolitana 
-Iztapalapa,E.E Deparment, 09340 
Mexico, D.F. ,Mexlco. 



In this work we present design criteria to obtain 
a cost-effective single card, bus "pc" compatible, 
impedance cardiographer for measurement of cardiac 
output in patients at rest and in e::ercise. 
This cardiographer in addition to detect thoracic 
impedance changes less than 0.1 ohm, using 350 
microampers at 50 kiIohertz,is able to correct 
artifacts induced by respiratory and electrode 
movements* 

The system is designed to take advantage of the 
digital signal processing support found in a per- 
sonal computer, in order to perform filtering and 
averaging algorithms correlated with ECG and phono 
signals. 

The performance of this system has been tested on 
twenty subjects during upright cycle exercise at 
0,50,100,150 and 200 watts, using a C02 rebreathing 
method and the Kubicek model to compute the car- 
diac output. Evaluation of the first results shows 
good agreement between both methods. 



BE12-K.6 

A POREftBLE SYSHM FOR BEDSH® CXWPUIV 
ERIZED ANALYSIS CF CARDIAC CTCUB IN 
CRITICAL PAamns, S.G.Lage: M.A.Gu - 
tierrez, J.L.Santello and S.S.Ftncuier 
Heart Institute-J^iculty Medicine-:^ 
Baulo University, C»P. n.450, Sao 
Raulo - BRAZIL. 

The paper describes the application of a portable 
syston developed in a microcorrputer IBM-PC corrpati- 
ble to perform a coiplete analysis of cardiac cycle 
events* The siiuultaneous and continuous omutHrizBd 
evaluation of the BOG and the first derivative cur- 
ve of thoracic electrical bioimpedance (dz/dt) al- 
lows determination of: pre-ejection period, ventri- 
cular ejection time, isovolumetric relaxion time 
and ventricular filling period in critical heart 
failure during rhythmic and arrhythmic conditions. 
The software was inplenented in Pascal and Assembly 
languages and consists of the following modules: 
configuration, acquisition and analysis. The first 
modules permits to set up a sanple rate and the 
number of the signals. The acquisition routines per 
..orm the process involved in signal conversion, dil 
play and storage during 30 seconds per minute for a 
total 15 minutes of monitoring, ihese parameters 
can be changed according to the different clinical 
deiTBnds. The analysis module correlates the signals 
using cross-markers to measure the time of systolic 
and diastolic events. In the Critical Care Unit the 
system permitted a bedside quantification of normal 
and abnormal rhythms. 



BE12-K.7 

AutocBted Evoked Potentials Analysis 
for Cardiac Surgery Monitoring, M.A. 
Gutierrez*, S.S.E\iruier U.O^adiinazdi 
and C.P.MelOr Heart Institute of &io 
Paulo University Medical School, CP. 
11.450, Sao Paulo - K?AZIL. 

The response of the Central Nervous System (CNS) to 
external stimulii. Evoked Potentials (EP), is an im 
portant parameter for neurological diagnostic aid. 
The analysis of some characteristics of the EP al- 
lows the clinicians to evaluated possible CNS dam- 
ages during cardiac surgery. The calculation of the 
mean EP (MEP) using averaging techniques, enhances 
the low level of the S/N ratio of EP. The EP moni- 
toring system available, area usually dedicated 
equipments conposed of one stimulator and averaging 
module, that do not permit software changes. 
It is introduced in this paper a microconpiter- 
based system for EP analysis in cardiac surgery mon 
itoring. The software was developed in PASCAL and 
ASSEMBLY Languages and consist of the following mc^ 
ules: Acquisition and Display, Disk-Storage and 
Analysis. The former uses the stimulator synchro - 
nism pulse as a trigger to the EP signals and thus 
MEP calculation, the MEPs area then stored for for- 
ther analysis. The analysis include response-latory 
and amplitude estimation as a function of the sur - 
gical (from pre-to-post-operatory) procedures. 
Although the aim of this system is to attend cardia:: 
surgery acts, it can also be used in other experi - 
mental and clinical studies. 



BE12-K.8 

1 Portable Arrhythmia Monitor- 
ing System, Fan Xiaodong* Pang 
Tianci and Huang Yecho, Xian 
Medical University, Xian, p.R. 
China 

A long-tenn arrhythmia monitoring system for 
ambulatory patients, composed of a microcom- 
puter and a tape recorder, has been develop- 
ed. Derivation-Sum method is used to recogni- 
ze QRS complex and measure its width. Arrhy- 
thmia is discriminated according to heart rate 
and QRS width, cms NSC800 microcomputer fami- 
ly (including CPU and RAM-I/O-Timer) , other 
Ops chips (including 6K memory, ADC, LCD) and 
micro-keyboard are employed to reduce the po- 
wer consumption, weight and size of the system 
so that it is suitable for battery-powered 
and portable. Micro- tape recorder replaces fa- 
shionable telephone to establish relation be- 
tween monitor and central station. Therefore, 
replay system is simple and low costs. The 
evaluation is performed according to recorded 
ECG including various arrhythmia, noise and 
256 PVCS. Detection rate of R wave is 96.89%. 
Negative false detection of PVC is 22. and po- 
sitive false is 54. 
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Baiiery-lype Sequential Pulse Defibrillator by using 
A Single Capacitor Bank» H. Makino*. Y. Saitoh. 
Y. Mitamura, and T- Mikami» Niigata Univ.» Niigata and 
Hokkaido Univ., Sapporo* Japan 

A battery powered sequential pulse defibrillator was 
designed and tested for the development of implantable 
sequential pulse defibrillators by modifying the output 
circuit. Two GTO thyristors were used as the switching 
device in the output circuit* and charged energy in a 
capacitor bank was divided into the first and second 
pulses sequentially. An electrode catheter which has 
two glassy carbon electrode elements was introduced 
through the right jugular vein. The distal electrode(+) 
was located in the right ventricular apex* and the 
proximal electrode(-) was located in the superior vena 
cava. A plate electrode was used as a subcutaneous 
electrode(-) under the left chest. 

In animal experiments* two mongrel dogs (10.4 & llkg) 
were anesthetized and mechanically ventilated. The 
threshold of simultancous-pulse(5ms) and sequential- 
pulse{5-l-5ms) defibrillation were 400V(1.44J) and 260V 
(0.69J) respectively. In our system* the defibrillation 
energy was 50% less than simultaneous defibrillation. 
Furthermore* the electrode systems do not require 
thoracic implantation surgery. 



BE12-K.10 

Contimous Blood Mass Densitometry 
in awaice bamans, M. Moser* , D. Schneditz, 
F. JUttner and T. Kenner , Physlolog. Inst.. 
A-80I0 Graz, Austria 

A method is presented for the continuous arterial 
blood density measurement In awake subjects. The 
resonance frequency of a tiny U-shaped glass tube 
(ID 0.8 mm. sample volume 0.03 ml) perfused with 
blood is measured continuously. From the oscilla- 
tion frequency the mass de^islty of the blood ip^i) 
can be calculated very precisely (10 g/I). We 
applied this technique in healthy volunteers to 
observe arterial blood density variations due to 
breathing and saline Injections. Normal p^^j is 
around 1049 g/I and Ppia^mix around 1019 g/1 at 
37~C. Inspiration is followed by an Increase of p^i, 
exsplration leads to a decrease of p bi • Depending 
on breathing volume and frequency, blood density 
oscillations up to 1.5 g/1 were observed. Injections 
of Isotonic saline solution produce dilution curves 
suitable for calculation of blood volume and blood 
flow. Theoretical considerations to understand the 
observed results are presented. 



BE12-K.11 

A SAMPLED HOLTER ECG TAPE RECORDING SYSTEM FOR 
MONITORING ARRYTHMIA, Li Ming Liang*, Tian Anmin, 
Ministry of Electronic Industry, Shannxi, Baoji, 
China; Zhang Yiming, Physiology Teaching & Research 
Office of Fourth Military Medical Inst, Shannxi, 
China 

This paper describes a Holter ECG tape recording 
system which can record the amplified cardiogram 
signal obtained from the second electrode on the 
surface of the body through tne (a) low noise am- 
plifier and by ^he frequency modulation and photo- 
electricity coupling methods. By adopting the am- 
plifier with a high-resistance and high-common-su- 
ppression data as well as the photoelectricity 
coupling technique, the electric network interfer- 
ence and other environmental interference have been 
eliminated, thus making the recorded cardiogram sig- 
nal fidelity and reliable. The adopted Holter tech- 
nique has also eliminated the error caused by un- 
stable tape speed and the flutter of the recorder • 
With many advantages such as its multifunction, low 
consumption, small size and low price, the system 
is really an applicable medium for widely expanding 
the Holter dynamic electrocardiogram. 



Bri2-.K.12 

l^termimtJm rrf Oirrfiar Cutpat ly FicSc*s 
fniJrect «?«3a?. Win? a McduJar Hicm- 
Coapiit&r System Yaftez S.O.a, Medina B.V.. 
Cairasco .<5.S. t»^-Tztapa3apa Av. Ptrlslraa y 
Mlcaioadin, f.fexico. 09340, D.F. MEXICO 

Oie erf the clinical itilexES most frequent ly 
used t o evaluate tjie perf orraance of tJhe 
cardiovascular system is the cardiac output.. Whore 
invasive tecOaiiques are VBually en^loyai far its 
rtetennlnation. However, ncn-invasive methods are 
prerFerred If the determination is to 1« trerie 
diT^lnpr exercise. 

Tn this work a system for the automatic 
deterrainati on cyf the cardiac output, dvrim 
i^wrrlse. haseA cn C502 retre-athlm method, is 
presented. Thl.*^ .^system consists of a modular 
mlcrnronputer. "based cn a Z-flO ml cxopr ocessnr. 
with aoqui.^^itloa processing and liquid crlstal 
di.<5plaY capaaDllities. ccamected to a -Past 002 
analyzer arri to a f 3 ow tranaSucer . The 
raicrocorput.er atitanatically performs foiT^ staqe.«i 
r<^lred to nhtain the parameters needed for the 
evaluation of the cardiac output.. These .steps 
incliTie tl>e acquisition and presentation nf tlie 
following variables: e:xpired minute volune. 00? 
eliminatina erd tidal PC02 and POOJ? equilihriim 
in rehreathlm maneuver. tfe^sed on these 
parameters, the result i rw r-ard 1 ac outp^it 1 s 
cnrpiitea and presented on tJie liquid crystal 
dl.<^lav. 
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BE12-K.13 

Development of Portable 12-lead ECG Simulator 
using 3-Wave-Data Synthesis. 
H. Makinos Y. Saitoh, I. Ishii, and J. Yamato, 
Niigata Univ. Niigata 950-21. Japan 

For the development of a 12-lead ECG simulator, a new 
method for restoring waveforms in less data memory was 
proposed. From the geometrical relationship of electrode 
arrangement for the detection of ECG, we selected three 
basic waveforms (II,V1,V3) which can be used to estimate 
other waveforms by linear combinations. The basic 
waveforms were decided from the results of calculating 
the method of least squares, and the calculated weight 
coefficients were used for restoration of other waveforms. 

In the system, the basic waveform data and the 
coefficients were stored in a ROM. A 8-bit microcomputer, 
and two D/A converters (quad type) were used to 
synthesize the eight channel waveforms. Four other 
waveforms (III,aVR,aVL,aVF) were combined with the two 
waveforms(MI) by using an analogue circuit. Original ECG 
waveforms were obtained from the ECG tape recording 
or from the ECG chart using an optical scanner. The 
sampling frequency was 2.5kHz to input pacemaker spike. 

Finally, the data memory became 7Kbytes, including three 
basic waveforms and coefficients, and it was 62% less 
than memories from the original eight-wave data recording. 



BE12-K.14 

Timing Module for a COPAL UA-751 b.P. 
Recorder, D. J .Stewart , M . A . Chaudhr i* , 
Austin Hospital, Melbourne, Australia 

The Copal UA751 is a low cost, digital 
blood pressure recorder. The user 
initiates a recording by pressing the 
start button. The unit inflates the cuff 
and measures systolic, diastolic and 
heart rate via the oscillometnc method. 
The readings are displayed on an LCD 
display and the user then has the option 
of printing these results on a small 
thermal printer, or storing up to 14 
recordings in memory and printing them 
out at a later date. 

This is OK for "one off recordings, but 
in many diagnostic or research 
applications (such as evaluation of the 
effects of drugs on a patient's blood 
pressure) periodic recordings are needed. 
Traditionally, this has been the realm of 
machines such as the Johnson & Johnson 
Dinamap, worth in the vicinity of 
A$5,000. To achieve this we have designed 
and constructed a low cost {ca.A$50) and 
simple 'Timing Module", with which 
automatic periodic measurements can be 
made using the Copal recorder. The 
design and functioning of this module are 
described . 



BE12-K.15 

Microcomputer Azsisted 
Car di okymogr aphy , . Gu an* , 
L -Huang, J.W.Huo, and J.Z.Yan, 
China Medical Un i ver&i ty , 
Shenyang, P.R.China. 

Cardiokymography (CK6; is a con tactless 
method of recording chest ^^all movement 
related to displacements cf myocardium. 
To overcome its technical difficulties 
m the diagnosis of coronary arterv di- 
sease, we have developed a suitable CKG 
transducer and a microcomputer-based 
mulupie CK6 system. The CK6 transducer 
which weighs 2 oz is supported on the 
chest by a two-layer belt without limit- 
ing the chest wall movement. The CKG 
signal is demodulated through a phase- 
locked loop. Differentiated CKG signals 
from two sites on the chest, together 
With a ECG signal and a respiration sig- 
nals, are processed in real time by the 
system* To eliminate breath interference 
two digital processing methods are 
adopted: multipoint averaging and adap- 
tive filtering. Recordings during tread- 
mill exercise show both of the methods 
are efficient and that it is preferable 
to use the differentiated CKG signal in 
the clinical diagnosis. 



BE12-K.16 

Signal Processing Techniques and 
Detecting-Recognizing Algorithms 
of the characteristic points for 
ECG, PCG and OPT, Zhou Guang-Huf 
Yu Jia-Xian, Chengdu Inst of Radio 
Engineering, Chengdu, PR China. 



One of the significant means for exami- 
ning the left ventricle functions is to 
measure the heart Systolic Time Inter- 
vals (STI) of ECG, PCG and CPT. The sig- 
nal digital processing technique of the- 
se three physiological signals and the 
algorithms of detecting and recognizing 
their characteristic points are discuss- 
ed. A twice-filtering algorithm for ECG, 
a reckoning algorithm with adaptive dual 
-thresholds for QRS wave and a sample-by 
-sample base line correction algorithm 
with piecewise linearization for CPT v/e- 
re proposed to eliminate the main inter- 
ferences. 

This attractive engineering method requ- 
ires much less computation v/ork using a 
microcomputer system then the ordinary. 
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BE12-K.17 

Non^invasive Cardiac Output Estiiation 
^ by using Inect Inhalation 
^Kiaura Yuichi*, ^gyashi Ko j i , 

Uchiyaoa Akihiko» Suaa Kozo» 
♦Sch.of Sci.&Eng. VASEDA Univ. ♦♦Tokyo 
Woaen's Medical Col., Tokyo, JAPAN 

Our Biethod is to aeasure cardiac output 
(CO) in non-invasive vay. To use this 
Qethod» ve can easily obtain inforaation 
on punp function of the heart. In our 
Bethod» the inert gas of only b% N^O is 
used as a tracer. If the concentration of 
NgO in the air inhaled by the subject 
cnanges stepwise. the ratio of the con- 
centration of the N2O in inspiration and 
in expiration is foraed by the sub of two 
exponential curves because of the system 
function of cardiovascular systeo. CO can 
be estiaated from the amplitudes and time 
constants of these curves. 

Our system is designed to change the gas 
concentration stepwise between 0% and 5%» 

nd can calculate CO in a few ainutes. All 
ot these processes are done automatically. 
Ve measured the CO of 15 dogs to compare 
with our method and electromagnetic blood 
flow meter. There was coincidence between 
those two methods (r=0.8). Ve can conclude 
that our method is effective as a non- 
invasive CO mcasurcaent. 



BE12-L.2 

Mechanical Measurements of the stability 
of Reduction Fixator for Treating 
Tibio-Fibular Fracture/ Gao Ruiting*, 
Dept. of Mechanics/ Tianjin University/ 
Meng He, and Jin Yang. Institute of 
orthopaedics and Traumatology/ China Academy 
of Traditional Chinese Medicine 
After fixation with the reduction and fixation 
device/ the fractured tibia and fibula can 
form a new mechanical system with the device. 
This system should have a certain ability of 
resisting external distubance. From the 
standpoint of clinical practice/ there are 
four types of n.\nif estation of the forces 
subjected to the wounded leg, namely/ the 
antero-posterior bending/ lateral bending/ 
axial compression and torsion. In order to 
understand the stablity of the system/ the 
effect of the reduction and fixation device 
for fixing the fractured tibia and fibula was 
simulated with two specimens of cadaver bones 
and tested mechanically in this experiment. 
By means of the transducers mounted on the 
two supporting rods and under the lateral padS/ 
the forces provided by the rods of the reduction 
device \;ere measured when the obilique or 
transverse fracture was compressed axially. 
Meanwhile/ the force variationsof the pads 
induced by applying bending or torsion were 
also mea.3ured. The stiffness of the device 
is compared with same multipin-type fixation 
devices used abroad. 



BE12-L.1 

Some Analyses on the Mechanical 
Behaviour of Elastic Splint for 
Pelvis Reduction (ESPR)/ Gao Ruiting*/ 
Xian Rekai/ shen Jifen/ Dept. of 
Mecahnics/ Tianjin University/ Shang 
TianyU/ and Zhao Wenkuen/ Tianjin 
orthopaedic Institute 

Presented in this paper are some 
biomechanical analyses and measurements 
of the mechanical behaviour of (ESPR) which 
has been used with satisfactory results 
by the orthopaedic Dept. of Tianjin Hospital 
in curing fracture of pelvis. The tensile 
force exerted by the elastic band of ESPR 
was measured with a specially designed 
transducer. In order to understand the 
mechanical behaviour of the elastic band/ 
tension/ Creep and relaxation tests were 
conducted; relevant curves with the 
relationship of tension VS. elongation 
were obtained and the decrease of reducing 
force with time caused by the stress 
relaxation under constant elongation was 
dertermined. Static imitations were made 
on 10 normal adultS/ clinical monitoring 
on male patient with pelvis fracture was 
carried out for 30 hours. dynamic 
measurements were made on a normal and 
a invalid respectively when they walked 
and did exercises; and finally/ the reducing 
forces provided by the splint were analysed. 



BE12-L.3 

Fracture Toughness of Human Enamel 
and ics Measurements, Y .Zhang* ,M .He 
and C Kan, Institute of Mechanics 
Chinese Academy of Sciences Beijing 

The indentation technique was employed to 
de: ermine the f^actu^e toughness Kc of human 
enamel Four teeth were selected for testing: 
a maxillary incisor, a mandibular incisor, a 
maxillary canine, and a mandibular molar, in 
order to verify the results, the calculation 
of Kc was performed with two different formulas, 
in one of which a parameter was modified so that 
:ne formula used for ceramics would be more 
reasonable for enamel. The results obtained from 
this study indicate that there exists a slight 
difference in Kc between four different teeth, 
and for natural tooth che Kc of emamel is about 
1.0 MN/M-1.2 MN/M. An error analysis of this 
method was given in this paper. 
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BE12-L.4 

Three-dimensional Analysis of 
Stress Distribution in Periodonal 
Ligament of Human Tooth by Finite 
Element Method, Y.Zhang*, M.He 
and S.Zhou, Institute of I4c»chanics, 
Chinese Acadenr/ of Sciences 

In order to determine the physiological 
stress vaJues in the periodonal ligament 
(PDL) effectively, a new calculate model 
and method were established. With this 
model . the tooth and the alveolar bone 
were considered to be rigid, and the stress 
distribution in PDL were analysed by three- 
dimensional finite element method. In the 
calculation, the basic solutions of stress 
distribution in PDL were obtained at first* 
Based on them the stress distribution in 
PDL under arbitrary load can be obtained 
readily with the principle of superinposition. 
Three typical load cases were selected in this 
study. And the results of stress distribution 
under these loads were discussed. 



BE12-L.5 

A Study on Finite Element 
Stress Analysis of Endodonti- 
cally Restored Tooth, 

W»H. Chang, Y.S.Ueng, and 
J»S.S.Wu, Dept. of Biomedical 
Engineering, Chung Yuan Chris- 
tian University, Chung Li, 
Taiwan, 32023, R^O^C. 

We use finite element method to analysis 
the stress magnitude and distribution 
when several types of loading are ap- 
plied on endodontically restored tooth. 
A two-dimensional plane strain finite 
element model is constructed and applied 
to evaluate the stress magnitude of 
different length of post and different 
material of crown for a given load, in 
order to get a resonable accuracy, 190 
plane strain quadrangle elements md 216 
nodes are used. We get the following 
results: (l)The dentine is more highly 
stressed in restoration with both longer 
posts and shorter posts. (2) The crown 
IS more highly stressed in restoration 
rrl^^^^ porcelain crown. 

13; The dentine is not influenced in 
restoration with either resin crown or 
porcelain crown. (4) Both denrine and 
crown are more highly stressed in resto- 
ration when a horizontal loading is ap- 
plied at the top of tooth. 



BE12-L.6 

A new device for the in vivo monitoring of 
fracture healing by vibration analysis, 
a Nikiforidis'', A. Bezenanos, SRoudis, 
B Proimos Medical Physics Dept. 
University of Patras, 26001,Patr3, Greece 

Uncertainty m the diagnosis of the healin? 
progress 01 fractured bones renders the 
development pi a quantitative method for such 
diagnosis useful. In recent years the authors 
conducted analytical and experimental studies 
regarding the bending vibraUon of fractured 
bones in vitro. On the basis of the aforemenUoned 
investigation, a new device was constructed for 
monitoring the fracture healing in vivo 
in the present work a schematic description of 
the device and its possibiliUes are Riven 
Specifically: 1) The funcUonal criteria, the 
componente of the apparatus and the 
experimental conditions of its opUmal response 
are analyzed. Special emphasis is given to the 
influence of the changing in the supporUnc 
the bone under examination The 
repeatability of the measurements is tested and 
a comparative evaluation between tiie vibrational 
specti-a of tiie intact right and left tibiae of tie 
^me subject was performed. 3) Finally tiie 
differencies in tiie vibrational spectiiim of an 
intact left to tiiat of a healing right tibiae, of tiie 
same subject are discussed. ' 



BE12-L.7 

Three Dimensional Finite Element 
Stress Analysis of the SAD Implant 
Coated with Bioactive Ceramics, 
'/fang Shaoan*, Chen Anyu, and Huang 
Suhua, College of Stomatology, v'/est 
China University of Medical Sciences 
Chengdu, Sichuan, China 

The design optimization of dental implant 
IS one of the critical elements for suc-- 
cess. The objective 01 this study was to 
examine the stress distributions around 
the dental implants with or without the 
mtramobile shock absorbing device (SAD) 
The characteristics of this new implant 
system are:(i; the metal core coated with 
bioceramics( Hydroxyapatite or Bioactive 
blass Ceramics );(£) a shock absorbing 
device within the implant; and(3)two-pha- 
se dental implant. The model was constru- 
cted based on our previous studies. Verti- 
cal, horizontal, and inclined loads were 
applied on the occlusal surfaces of the 
implants, respectively. The results indi- 
cated that the implant with the SAD had 
a better stress distribution around the 
interface than that of the implant with- 
out the SAD. The authors suggeste that 
more implants with the design of the SAD 
will be used in clinic in the future. 
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BE12-L.8 

Ocaiparison of X-Pay and Isotc^)e-Based Dual- 
Energy Bane Dsnsitcaneters, C*C* Gliier*, ?• 
Steiger^R* Selvidge,H,K, Genant, Universit/ 
of California^ San Francisco, CA 94143 ♦ 

Traditional Dual Photon Absorptiometry (DPA) 
bone densitoineters use an isotope radiation 
sources whereas the newly introduced 
Quantitative Digital Radiography (QER) device 
uses an incorporated X-ray generator. We 
compared these technologies via phantom and 
patient studies performed on a Norland 2600 DPA 
scanner and a Hologic QDR-1000 QDR device. 
Reproducibility errors obtained on an 
anthrc^xaBorphic spine phantan over a period of 2 
nonths were 1.9% (DPA) and 0.44% (QDR) at skin 
dose levels of 1.5 mrem (DPA) and 2.6 mrem 
(OCR) . For QDR the error rose by about 50% when 
increasing the lucite thickness of the fiiantom 
from 7 to 8.5 indi. For DPA this was avoided by 
the adjustable scan speed option. The fat 
sensitivity was identical for DPA and QDR (1.2% 
reduction of bone mineral density per 10% by 
volume fat content) . Cross-calibration results 
of the first 16 patients yielded a coefficient 
of correlation of r^O.98 (p<0.0001), a standard 
error of the estimate of SEE=0.043 g/cin2 
(C\^.9%) and QPR results lower than DPA by an 
average of 0.019 ± 0.045 g/cm2. The improved 
resolution of QDR facilitated the identification 
of bone edges of ostec^rotic patients. 



BE12-L.9 

Site-Specific Assessment of Bone Mineral 
Density at the Proximal Femur by Quantitative 
Catputed TomograjAiy. C.C. Gluer*,P. Steiger, 
S. Steiger,J.E. Block,H.K. Genant. University 
of California, San Francisco, CA 94143. 

Quantitative ccaipited tonography (QCT) provides 
for selective measurement of trabecular and 
cortical bone, and various shapes, sizes and 
contours of regions of interest (ROI) cem be 
chosen with flexibility. Drawing upon these 
features to assess bone mineral density (K©) at 
the proximal femur, we ej^lored an approach that 
uses an CT scout view to determine the region 
for axial scanning. Contiguous 3inm slices are 
detained enooitpassing the femoral head, neck and 
trochanters. Because of the inhomogeneous 
distribution of HMD at this site, a technique 
that allows for reproducible placemsnt of the 
ROI is mandatory. Using contour tracking 
algorithms to assess trabecular BMD of an 
anthropomorphic hip torso phantom yielded a 
reproducibility of 1.3% for a volume of 1.25 ml 
of trabecular tissue at Ward's triangle (dose 
about 300 mrem) . Corresponding in-vivo results 
were 1.9-2.5% for volumes of about 10ml (at the 
neck) and 0.23-0.7% for volumes of 40-45ml 
(whole proximal femur) . Techniques for cotparing 
corresponding ROIs of serial measurements will 
be presented. 



BE12-L.10 

THE SPINOSCOPE: TECHN0LCX3Y FOR OBJECTIVE 
EVALUATION OF SPINAL CAPACITY, S. Gracovetsky*, 
S. Levy, V. Zcman, R. Ben Said, L C. Pitchcn, J. H^lie, 
M. Kaiy, J. Lewis, Concordia University and Diagnospine 
Research Inc., Montreal, Canada. 



A new device, the Spinoscope (Spinex Medical 
Technologies, Tnc. Montreal) has been developed for the 
objective evaluation of spinal capacity. The Spinoscope 
collects and processes two basic types of data as the patient 
performs simple activities, such as lateral bending, flexion, 
extension, lifting of weights, etc. First, spinal motion and 
geometry are monitored using an advanced infrared 
three-dimensional motion analysis system. This system is 
capable of tracking the position of 24 LED skin-surface 
markers with an accuracy of 1 part in 500, at a data 
acquisition rate of 180Hz* This large dynamic range allows 
the effects of the time-dependent, viscoelastic response of the 
soft tissues of the spine to be observed. Second, and 
performed ccmcurrently with the above, the activity of eight 
muscle groups is monitored bilaterally via skin-surface 
electromyography. Subjective information (in the form of the 
patient's responses to a pain questionnaire) is also collected, 
and processed using artificial intelligence techniques. By this 
combination of subjective and objective information, the 
Spinoscope can greatly assist the physician in the diagnosis 
and follow-up evaluation of spinal injuries. Sensitivity is 
great enough to allow patient progress to be monitored on a 
weekly basis. 



BE12-L.11 

Anisotropic Viscoelastic Finite 
Element Analysis of vertebral Body, Cheng 
Peilai*, Dept. of Mechanical Engn. 
Tianjin Institute of Technology, and 
Chen Hongxing, Tianjin University, 
Tianjin, China 
An axisymmetric finite element model is 
empolyed for the study of the creep behavor 
of an vertebral body under axial compressive 
loading. The trabecular bone of vertebral body 
is considered as a transversely isotropic 
viscoelastic material and cortical bone and 
endplate as a isotropic viscoelastic material. 
A three parameter Kelvin solid model is empolyed 
in the finite element model. The material 
parameters of the anisotropic viscoelastic 
constitutive relation for trabecular bone was 
obtained from experimental data. The material 
parameters of cortical bone is from Vang. 

The stress distribution and the deformation 
of vertebral body under axial compressive loading 
were obtained. The results indicate that the 
magnltutde of stress in trabecular bone is 
smaller than that of the cortical bone and 
the cortical bone carries a major percentage 
of the comparesslve loading. The results also 
show that the stress in vertebral body will 
redistribute with the increase of time. The 
vertical deformation have a significant changes 
during the creep time while the radial 
deformation have a little. 
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BE12-L.12 

Joint Stiffness Following 
Bromley, A. Unsworth* and I. 
of Durh^jn, DHl 3LE, England. ' 



Physiotherapy, J. 
Haslock, University 



We have designed and built a microcomputer 
controlled arthrograph to measure stiffness in the 
mp joint. The joint is oscillated about its 
equilibrium position and the arthrograph measures 
the elastic resistance and the energy dissipated 
during flexion/extension. This is used to assess 
the effectiveness of treatment. 

Stiffness was assessed in rheunatoid patients, to 
see the effect of physiotherapy. Four modes of 
physiotherapy were investigated over 6 weeks of 
treatment. These were wax baths, pulsed ultra 
sound, exercise and a combination of wax together 
with ultra sound. Short term changes in stiffness 
were investigated (after one single application of 
the mode of physiotherapy), as well as long term 
effects (repeated applications over 6 weeks) 
Wax plus ultra sound produced significant 'short 
term reductions in stiffness (torque p < 0 001 
energy p < 0.05). However over the 6 week period 
of treatment, no significant change was seen in 
the stiffness before and after the course. In 
other words each application of wax plus ultra 
sound reduced stiffness but this increased a^ain 
by the following application. Pulsed ultra sound 
alone was similar but wax alone increased the 
stiffness in the short and long term. Exercise 
produced no change at all. 



BE12-L.13 

The influence of low molecular weight 
components on the viscoelasticitv of 
synovial fluids. G. Ribitsch, V. Ribitsch 
and D. Schneditz/* Dept. of Physical 
Chemistry Univ. Graz - Austria 

Healthy human synovial fluids SF exhibit 
high visoosity and elasticity due to a 
component of high molecular weight 
hyaluionio arid (HA). In the case of 
rheumatic diseases both viscosity and 
elasl icity decrease remarkable. Mw and 
the molecular weight distribution (MWD) 
of HA Isolated from those SF does not 
show significant alterations compared to 
HA from healthy SF. 

Investigations of model substances (Guar, 
HA from umbilical cord) indicated that 
the viscoelastic properties of solutions 
are changed remarkable if polymers with a 
molecular weight smaller then IQs are 
present. Nevertheless Mw and the MWD were 
only sJ ightly shifted toward lower 
values . The same findings were observed 
with human SF containing small amounts of 
low molecular weight HA. 5V. of low 
molecular HA adaed to an healthy SF 
decreases the viscous component about 30% 
and the elastic component about 60%. The 
presence of low moJecular components may 
inhibit the formation of entanglements 
and weaken the network. 



BE12-L.14 

Reference Material for CT- Measurements on Bones 

Fausf. U,, Institut fUr Biomedizimsche Technik 
der Universitat Stuttgart » Spidenstr. 36, D-7000 
Stuttgart 1. 

For the quantification of bone mineral a nonto- 
xic, solid water-equivalent reference system 
with long term stability has been developed. 
The reference systems consists of polyethylene, 
magnesium oxide and calcium carbonate. The pro- 
duced material has a water-eqivalent x-ray atte- 
nuation at voltages of 96 and 125 kV and can be 
used for automatic recalibration of CT-machines, 
To determine mineral content of bone, a referen- 
ce material, which is equivalent to bones, was 
produced by mixing the water reference with 
apatite. The linearity between CT-numbers and 
apatite concentration was nearly ideal. 
The mineral content of cattle bones (femur) has 
been determined with quantitative CT and the 
water- and bone- references. To study the error 
of varying fat/water ratio in marrow, they nave 
been examined in the native state and after 
substituting the marrow by water and paraffine. 
The mineral content first has hee.i calculated 
from the CT-numbers of bone and reference-mate- 
rial without a correction for this error. 
Finally the mineral content was determined with 
single- and dual- energy-methods with a correc- 
tion for this error. 



BE12-M.1 

RESPIRATORY EFFECT ON THE BLOOD VOLUME 
OF PULMONARY CAPILLARIES, M. Hunter*, 
Jen-shlh Lee, Timothy Fallon, Ll^a-pln 
Lee, University of Virginia, 
Charlottesville, Virginia 22908 

We measured the density variations of aortic 
blood from the rabbits ventilated by a positive 
end Inspiratory pressure of 6 mmHg or a negative 
box pressure of the same magnitude. For both 
ventilation methods, the fluctuation In aortic 
blood density decreased from ,5 g/1 at a 
ventilation frequency of 20 cycles per minute to 
.2 g/1 at a frequency of 35 cycles per minute. 
Calculated from the density variations, the 
fluctuations In blood volume of the pulmonary 
capillaries within one cycle as Induced by an 
intermittent positive pressure ventilation were 
found to be similar to the ones induced by an 
intermittent negative pressure ventilation. The 
corresponding percent change In capillary blood 
volume decreased from 6.5% at 20 cycles per 
minute to 4% at a ventilation frequency of 35 
cycles per minute. Since the transpulmonary 
pressure and the transmural pressure across the 
pulmonary capillaries are the pressures deforming 
the capillaries, our result suggests that the 
changes In these two pressures are similar for 
the two ventilation methods. (Supported in Dart 
by HL 36285). ^ ^ 
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BE12-M.2 

Axial and Seooodaiy Flow Veikxaty Patteiansin a Human 
Puliaont^ Artejy Model 

Hsing-Wen Sung* and Ajit P. Yc^anatiian, Geoagia 
Institutfi of Technology, AUantair G A 30332-0100 

The purpose of this study was to characterize the 
pulsatile flow velocity patterns in an in vitro model of a 
"normal" human adiilt pulmonary artery. A two- 
dimensional laser Dc^pler anemometer system was used 
to map the axial and secondary velocity fields in the 
main (MPA), left (LPA) and right (RPA) branches of the 
pulmonary artery model in both the bifurcation plane 
and the perpendicular plane. 

In the MPA, a broad central flow field was cbservedL 
In the LPA, the axial velocity profiles in the bifurcation 
plane were slightly skewed toward the inner walU In the 
perpendicular plane, the axial velocities were relatively 
evenly distributed. In the RPA, the axial vekxiities in 
the bifurcation plane were very unevenly distributed* 
Higher velocities were observed near the inner wall, 
while lower velocities were observed near the outer waU 
and in the center; In the perpendicular plane, very 
marked M-shaped velocity proQles were observed due to 
secondary fLowa A pair of heUcal vortices were 
observed in both the LPA and RPA in which the fluid 
moved outwardly along the side walls and then dLcded 
back inwardly towards the center of the vesseL A 
simplified one-dimensional axial flow model is used to 
interpret the observed axial flow distributLons. Also, a 
three-dimensional flow model is used to explain how the 
secondary flows occur and hov/ they affect the flow 
velocity patterns in the two daughter branches. 



BE12-M.3 

ANALYSIS OF IHE CHANSE OF RIGHT VENTRICULAR 
EJECTION FW^ PATTERN IN PULMONARY HYPERTENSION 
BY LUMPED^PARAMETER HODEL 

Y.Yoshida , A.Kitabatake, J.Tanouchi, K.Ishihara, 
K.Fujii, M.Uematsu, H.Kusuoka, M.Hori, M.Inoue, 
T.Kamada, M.Fukushima"*", H.Abe"^ 

The 1st Dept. of Med. Osaka Univ. School of Med., 
Osaka National Hospital^, Osaka, Japan 

To elucidate the mechanism of the change of 
right ventricular ejection flow (RVEF) pattern 
and shortening of the time to peak flow (AcT) of 
RVEF in chronic pulmonary hypertension (CPH), we 
analysed RVEF pattern by a lumped parameter cir- 
cuit model. The model was composed of four ele- 
ments, characteristic impedance (Rl), inertance of 
blood mass (L), pulmonary artery compliance (C) 
and pulmonary peripheral artery resistance (R2). 
These parameters were determined from cardiac 
catheterization and Doppler data. RVEF pattern 
(dome-like, triangular and double peaked pattern) 
was well simulated by the lumped parameter model 
as the response to right ventricular pressure 
input. Step response of this circuit model re- 
vealed oscillation pattern. Eigenfrequency [(0=1/ 
A£] was increased and AcT [=(7t/2)* ✓EC] was shor- 
tened with the decrease m C in the patients with 
CPH. These findings indicate that the decrease in 
pulmonary artery compliance brings about the in- 
crease in u), resulting m the shortened AcT and 
double peaked pattern in RVEF in CPH. 



BE12-M.4 

DETECTION OF LARYNGEAL PATHOLOGIES 
THROUGH CEPSTRAL/SPECTRAL ANALYSIS 

Can C. Alckoc*(l), Robert L. Norton(l), 
and William G. Lavelle(2) 
(1> Worcester Polytechnic institute 
<2) University of Massachusetts Hedical School 
Worcester, Massachusetts, USA 

Voice samples from normal volunteers and 
patients with laryngeal pathologies were 
analyzed using modern signal analysis 
techniques. Contributions from the 
larynx (signal source) and the vocal 
tract (resonator) were deconvolved using 
long/ short liftering in the cepstral 
domain to detect various pathologies of 
the larynx. Long liftered autospectra 
provided information on the acoustic 
characteristics of the sound signal 
generated at th i larynx, while short 
liftered spectra displayed the formants 
in the vocal tract. Analysis of the 
cepsrum in combination with long/short 
liftered autospectra provided signifi- 
cant clues to distinguish between the 
two populations as well as among pathol- 
ogies. Laryngeal disorders displayed 
themselves in the long liftered auto- 
spectra, while the formants for patholo- 
gical cases were not significantly dif- 
ferent from normals. 



BE12-M.5 

Rsthsatic Response to Sulfur Dioxide 
A.D.Uohni, K.fUUnner, I.ft.6ilbert, E.R.Hcfadden,Jr., and J.M.Fouke 
Case Western Reserve University, Cleveland, Ohio 

Cold*air hyperventilation challenges cause a decrease in FEV^ in 
asthsiatics and direct leasures of intrathoracic airway tesperatures 
indicate that the aint^ys cool appreciably dur:r^ thsss challenges. 
Siailar challenges with »«r»-air do not decrease FEV^, and the airways 
do not cool as such. Croaolyn sodius, an anti-asthia drug, also Units 
bronchoconstriction during a cold air challenge and causes the airway to 
stay warier. These studies deaonstrate that a change in FEV^ can 
correlated to a change in tespsrature in the airways. Hyperventilation 
and air temperature have also been explored as paraieters which light 
aggravate the effects of SO2 on FEVj in asthsatics. 

He challenged asthsatics with cold air and 0.4 ppM SOg in cold air 
and aeasm'ed FEV^. Each lixture was pulled through a heat exchanger, 
where it was cooled to -10 ^ The subjects expired into a reservoir 
balloon froa which air was being drawn at a constant rate and were 
coached to breathe at a rate sufficient to keep the balloon filled. In 
this Banner, V£ could be controlled throughout each trial. Subjects 
were asked to breathe on this apparatus for four linutes and FEVl was 
oeasured five linutes later. This protocol was repeated at increasing 
levels of until a SOsC decrease in FEVl was produced. 

Our results deionstrate that in both challenges FEV^ dropped with 
increasing Jevels of V£, but that the decrexnt was significantly less 
Mhen the challenge was perforoed with SO^. He hypothesize, therefore, 
that the challenge induced intra-airway tesperature decrease was less 
with Spg. This could occur through either of two sechanisn. Since the 
conversion of sulfur dioxide to sulfuric acid is an exotheraic reaction, 
a wanting of the airways could occur, filtematively, the generation of 
sulfuric acid could cause an increase in pH. Such changes in pH are 
known to be associated with Increases in blood flow, which could also 
increase the teoperature of the airways. 
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BE12-M.6 

Magnetopneumographlc Evaluation of Effects 
of Silica on Behavior of Magnetic Particles 
In Rabbit Lungs, Y. Alzawa*, T. Takata, 
K. Hashimoto, M. Tomlnaga, M. Kotanl+, 
K. Chlyotanl*H-, Kltasato University, 
Kltasato, Sagamlhara, Kanagr , +Tokyo Denkl 
University, -H-Rosai Hospital for Silicosis, 
Japan 



Silica is known to give a damage to pulmonary 
tissue and give rise to silicosis. This study was 
carried out to evaluate the effects of silica on 
the clearance of iron particles from the rabbit 
lungs and on the relaxation. 

Male rabbits were intratracheally instilled with 
20 mg of magnetite ( V^^^i^ ) in 1 ml of sterxle 
saline with 30 or 300 mg of silica ( Si02 ) in 2 
ml of sterile saline. An anesthetized rabbit was 
magnetized with 0.5mT of magnetic field for 15 
seconds and the remanent magnetic field was 
measured with a fluxgate magnetometer. 
Intratracheal instillations of both high and low 
doses of silica caused delayed clearance of iron 
particles from the rabbit lungs after 7 days of 
exposure. The initial relaxation of rabbits 
exposed to high dose of silica was disturbed for 
the first one week after instillation. 



BE12-M,7 

Applications of wave Spectrum 
Computer Analysis and Laryn- 
gostroboscope observing in 
studying Laryngeal Function. 
Shao Qingyu'; Zhong Ziliang, 
Pan lan, Huang Xiaoyan, Qi 
Yan 

Laryngologic diseases affect laryn- 
geal function therefore vibration of 
vocal cords and sound waves are chang- 
ed. Acoustic waves and spectra of 51 
normal subjects and 31 patients were 
plotted by a m*a.crocomputer system 
with 12 bit A/D converter, analysed 
and compared with results of obser- 
ving with DDJ-2 laryngostroboscope 
developed by ourselves, features of 7 
kinds of diseases (inci.»ding cancer) 
of vocal cords were studied. Further 
problems and methods were put for- 
ward. 

To ensure higher precision of analy- 
sis of spectra the FFF with Hanning 
window technique was used. To get sui- 
table signals every examinee voice 
his hithest "i:" then "a:*'. The sam- 
pling frequency is 13,000HZ. After 
data processing the number of reson- 
ant peaks, noise level (in db) and 
other parameters can be gotLen. 



BE12-M.8 

Lung blood flow and lung gas volume determina- 
tion during open-circuit breathing, H. Larsson* 
and D. Linnarsson, Oept of Medical Engineering, 
and DeDt of Baromedicine, Karolinska Institute. 
S-10401 Stockholm, Sweden 

The pulmonary blood flow and the functional residu- 
al capacity of the lungs can be determined concomi- 
tantly by the rebreathing of a gas mixture contain- 
ing one blood soluble and one blood insoluble indi- 
cator gas. We have revised this classical method so 
that tracer amounts of two gases are dispensed into 
the inspired gas stream during open circuit breath- 
ing. The tracer gases are dispensed at a rate pro- 
portional to the flow, thereby providing a constant 
inspired percentage, equal for the two gases. The 
gas uptakes of the two tracers are measured breath 
by breath by means of a flowmeter-gasanalyzer 
assembly. We have used SFe as insoluble gas and 
Freon 22 as soluble gas. Both gases can be analyzed 
in tracer concentrations by a simple IR technique. 
The difference in uptake between the two tracers 
during wash-in is proportional to pulmonary blood 
flow. The lung gas volume at the end of an expira- 
tion (PRC) is determined from the ratio between the 
amount of SF5 washed out from the lung and the ini- 
tial SF5 concentration before wash-out. 
Our preliminary results show that both pulmonary 
blood flow and PRC can be determined during rest 
and exercise during open-circuit breathing. 



BE12-M.9 

Mathematical modeling of measurement 
errors In gas analyzers during exer- 
cise, V. M. Carbajal*, E. G. Urblna- 
Medal and S. Carrasco-Sosa, Departa- 
mento de Ingenleria Electrlca, UAM- 
Iztapalapa, Apartado Postal 55-53A, 
093AO Mexico D. F. . 



In studying cardiorespiratory physiology and evalu 
ating patients, it has been found very helpful to 
analize breath-by-breath patterns of ventilation 
and ventilatory gas exchange responses to exercise 
and other physiological stresses. Most of the avail 
able techniques that are using gas analyzers to 
evaluate gas exchange measurements have underesti- 
mated the transport delay and the dynamic response, 
which in turn introduce a significant departure 
from the real gas behavior for further analysis. 
We have developed a mathematical model for compen- 
sating the on-line calculation of oxygen consump- 
tion [VO2] and carbon dioxide production (VCO2] for 
both the transport d ay and dynamic response of 
the respective gas analy^sers used during exercise. 
The implementation of the model was carried out in 
a computer PC compatible system attached to our 
cardiopulmonary laboratory. We conclude that the 
model compensation should be performed for the ac- 
curate measurement of breath-by-breath gas exchange 
in order to avoid losing significant information. 



<^ ^ 
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BE12-M.10 

Volume-Pressure "Curve" of Human 
Pulmonary "Venous" System 
— Response to Nitroglycerin and 
Mental Arithmetic Stress Test- 
ing — K.Gotoh, Y.Ohsuml, Y.Yagi, 
H»Takatsu, T.Tsukamoto, Y.Tera- 
shima, K.Nagashima and 

S.Hirakawa*, Gifu University, 40 
Tsukasa-machi , Gifu, Japan. 



Pulmonary blood volume was estimated 
with RN-angiocardiography , a nd mean 
pulmonary artery wedge pressure (PAW) was 
measured by Swan-Ganz catheter. When 
ordinate represented volume(V) and 
abscissa pressure(P), a short segment of 
volume-pressure(V-P) curve of human 
pulmonary "venous" system could be drav/n 
by performing passive leg elevation(LE) . 
The following results were obtained: 

(1) Nitroglycerin caused the V-P curve of 
human pulmonary "venous" system to shift 
toward the left and become steeper, 
suggesting pulmonary venodilation(n=50) . 

(2) Mental arithmetic stress testig(MA) 
caused the V-P curve of human pulmonary 
"venous" system to shift toward the 
right and become near horizontal, 
suggesting pulmonary venoconstric tion 
(n=23). 



BE12-M.11 

Human Pulmonary Venous Return 
Curve -Effect of Nitroglycerin- 
K.Gotoh*, Y.Yagi, H.Takatsu, 
T.Tsukamoto, Y.Terashima, K.Naga- 
shima, S.Hirakawa, Gifu Univer- 
sity, Tsukasa-machi 40, Gifu, 
Japan 

Cardiac output of left ventricle means an 
equilibrium point determined by cardiac 
output curve of left ventricle and 
pulmonary venous return curve (PVRC) .We 
calculated the compliance of human pul- 
monary "venous" system (Cpv) and that of 
human pulmonary arterial system(Cpa> by 
our method using RN-angiocardiography and 
Swan-Ganz catheter. Using these para- 
meters, mean pulmonary filling pressure 
(Pmp) was calculated from the equation: 
Pmp= (EVa+EVv)/(Cpa+Cpv) where EVa=Extra 
volume of pulmonary arterial system, 
EVv=Extra volume of pulmonary "venous" 
system, in 29 patients with various 
cardiac diseases. Next, drawing a part of 
PVRC from Pmp on abscissa and the 
equilibrium point, we examined the 
rebponse of Pmp and PVRC to sublingual 
administration of nitroglycerin. The 
following results were obtained: (1) Pmp 
was significantly decreased with NTG 
(11.7±6.2-^8.5±5.5mmHg) (2) PVRC was 
shifted horizontally to the left with 
NTG. 



BE12-M.12 

Reconstruction of the Alveolar Ridges 
with Bioactive Glass Ceramics. 
Wang Shaoan*, Yu Zineng,and Chen Anyu 
College of Stomatology, West China 
University of Medical Sciences, Cheng- 
du, Sichuan, China 

The purposes of this research were to in- 
vestigate the biomedical fundamentals and 
the clinical results of the alveolar rid- 
ge reconstructions with particulate Bio- 
active Glass Ceramics. Four beagle dogs 
were used in animal studies. Three months 
after extractions of the mandibular pos- 
terior teeth of the animals, the materials 
were placed into the formed subperiosteal 
tunnels in the ridges. The animals were 
sacrificed at different time intervals. 
The specimens were examined by light mi- 
croscope, SEM, and SDAX, respectively. The 
histological studies showed that the par- 
ticulate materials were connected with 
the tissues f irmly. EDAX results indicated 
that the compositions both calcium and 
phosphate of the new bone at the interfa- 
ces between the materials and the alveo- 
lar bone were equivalent to those of the 
original bone. The clinical results demon- 
strated that the bioactive glass ceramics 
material is good for reconstruction of the 
artrophic alveolar ridges. 



BE12-N.1 

Numerical mass transfer model in a bioartificial pancreas, 

D. MORYAN and M. Y. JAFFRIN* . UTC. UA CNRS 858. 
Dep.GenieBiologique.B.P 649. 60206 Com pi^ne FRANCE 



Implantation of microencapsulated islets of Langerhans in 
peritonea] cavity has been proposed as a bioartificial 
endocrine pancreas. This numerical study investigates the 
kinetic of glucose and insulin mass transfer between a 
microencapsulated islet and an arteriole. 
The mathematical problem Is the evaluation of the glucose and 
insulin concentration fields inside and outside the 
microcapsule during the time following an augmentation of 
the glycemia in the arteriole. 

Therefore these concentrations must verify a boundary value 
problem composed by a set of transient diffusion equations 
coupled with boundary conditions Jhe Insulin secretion in the 
islet is represented as the liberation of insulin granules 
stored in two compartmentsJhe rate of insunn production is 
controlled by the local value of glycemia in the islet. The 
numerical resolution Is performed using the boudary 
integrale equation (BIE) method. 
The results show that the insulin secretion is amplified when 
the diameter capsule decreases . In all cases the time lag 
between the rises of glucose and insulin levels in the blood 
does not exceed 10 minutes which is enough to normalize the 
glycemia in diabetics. 
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BE12-N.2 

TeaJtnical Determination of Permeation 
Eeeiatanoe in Blood Treatment by Membrane 
instillation^ T. Kbyano*, M. Tamura and 

Sakai, Waseda University^ Oikubo 
Shinjuku-ku Tokyo 160 JAPAN, 
fluids of different teiperatures are caused to 
flow on either side of a microporous hydrophobic 
morbrane in menbrane distillation, and water vapor 
is transported from the warm to the cool side of 
the manbrane. In this work, effects of polarization 
layers formed on either side of the membrane on 
separation of solution ccrrpcneits fron bovine b^ood 
were clarified. 

Distilled water, bovine plasma and bovine blood 
were jiJmped into a module (surface area: 0.3m2) 
composed of polypropyrene hollow fibers. Water 
vapor permeability was measured at warm 
temperatures at inlet ranging from 307 to 316K, 
cool temperatures at inlet from 288 to 293K and 
flew rates from 1.67 to 3.33xl0"%3s-l, 
Values for permeation resistance of the membrane 
were 1.6xlOlO, i.3xl0il and 2.1xl0lim2sPam-3 for 
distilled water, bovine plasma and bovine blood, 
respectively* Higher values were obtained for 
bovine plasma and bovine blood because of a 
lowering of vapor pressure and adhesion of serum 
proteins on the membrane. Values for permeation 
resistance of warm-side polarization layer were 
1.4x1010, 4.0x1011, 8.9xl0llm2sPam"3 for distilled 
water, bovine olasma and bovine blood at a flow 
rate of SxlO^Ws-l, respectively, and increased 
with the viscosity of test solution. 



BE12-N.3 

Oxygen Transfer of Liquid-Liquid Oxygenator 
H. Suzuki*, T. Tsuji, K. Tanishita, T. Tamura 
and T. Togawa, Fac. of Sci. & Tech., KEIO Univ. 
Kanagawa, JAPAN , Tokyo Med. & Dent. Univ., 
Tokyo, JAPAN 

The use of hemofiltration module as a liquid- 
liquid oxygenator applied for the long term 
perfusion is promising because of its excellent 
and reliable blood compatible fjacures. In the 
present study the oxyg;5n transfer 
performance of hemofiltration module was 
evaluated by in vitro water and blood test in 
order to reveal the feasibility of liquid-liquid 
oxygenator. The hemofiltration membrane 
tested was hollow fiber of microporous co- 
polymer of ethylene vinyl alcohol 
(I.D.=0.2mm, EVAL, KURARAY Co. Ltd.). Both 
studies showed that the oxygen transfer 
occurcd simply in proportion to the 
concentration gradient of oxygen across the 
membrane and oxygen uptake by the bulk 
flow across the membrane was negligibly 
small. This signficd that the oxygen transfer 
performance in hemofiltration module could 
be evaluated similarly with that of gas-liquid 
membrane oxygenator. The oxygen transfer 
rate of the hemofiltration module turned out 
to be quite small (<15 ml/m^-min) due to the 
extremely large membrane resistance. 



BE12-N.4 

STUDY OF THE INFLUENCE OF THE SHEAR STRESS ON 

THE ADSORPTION KINETICS OF ALBUMIN ON A PLATINUM 

ROTATING DISK ELECTRODE. 

P. Bemabeu, A. Caprani, P. Pdronneau* 

INSERM U. 256, H6pital Broussais, Paris, France. 

In order to better understand the interactions 
of proteins with artificial materials in shear 
stress conditions, the adsorption of albumin 
on a platinum rotating disk electrode has been 
studied. Using electrical impedance measurements, 
It has been possible to record the kinetics 
of the adsorption through the changes of the 
electrochemical double layer capacitance^ within 
the range 0-1700 s-^. This kinetics could be 
modeled in two consecutive reactions taking 
place at the Interface, this providing 5 para- 
meters : two time constants, rl and r2, and 
three capacitances, Cd, Cdl, Cd2, of the surface 
naked, '^overed with the reversibly adsorbed 
pro*,eM and covered with the irreversibly 
adsorbed proteins, respectively. The influence 
of the shear rate on each of these parameters 
has then been studied. It has revealed that, 
although the shear rate variation has no signifi- 
cant effect on the three capacitances, it does 
Influence the two time constants, even after 
correction for the mass transfer contribution. 
Thus, rl monotonously decreases as the shear 
rate Increases. Concerning r2, the variations 
versus the shear rate are more complex and are 
calling for additional experiments. 



BE12-N.5 

Hemoperfusion Treatment in Pigs Experimen- 
tally Intoxicated by Paraquat, t.S. Yang 
(Dept. Genetics and Physiology, Pig Rese- 
arch Institute^ Y.L. Chang and C.J. Lee* 
Dept. of chemical Engineering, National 
Tsing Hua University, Hsinchu, Taiwan, R.O.C. 

Crossbred gilts (Landrace x Yorkshire), 
weighing around 70 kg were experimentally 
poisoned with the herbicide paraquat, when 
animals were intoxicated by intramuscular 
injection of the herbicide at levels of 74 
mg/kg, 17 mg/kg and 6 mg/kg, the paraquat 
content in the serum, in all three cases, 
rose sharply, reaching a peak around 1.5 h 
after injection and then declining. 
Hemoperfusion was conducted for 2 h on 6 
gilts beginning 2 h after gastic loading of 
70 mg/kg paraqua . The mean turnover rate 
of circulating pi. aquat was 28.1%. Hemo- 
perfusion treatment for 2 h could remove 
about 5% of the toxin loaded into the sto- 
mach. Prolonged treatment for 6 h did not 
enhance the turnover rate of circulating 
paraquat. Puller's Earth and Na2S04 were 
given to another 2 orally poisoned gilts 30 
min prior to 6 hr hemoperfusion and they 
survived. Pathological examination revealed 
capillary congestion in lung, heart, liver 
and infectional mucosa. 

Use of hemoperfusion in treating paraquat 
poisoning might offer protection to lungs 
from excessive accumulation of the toxin. 
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BE12-N.6 

Effect of control parameters on exchanged 
substances during hemodialysis • A simulation 
analysis, 0. Thews and H.Hutter, Johannes 
Gutenberg Universitat Mainz, D-6500 Mainz, West- 
Germany. 

A mathematical model is presented that describes 
the exchange kinetics of urea, creatinir.c, 
vitamin B^2^ sodium, potassium, acetate, oxygen, 
carbon dioxide, bicarbonate, hydrogen ions and 
water between the dialysate and different body 
compartments during hemodialysis. Ihe model has 
been employed for simulating the effect of 
control parameters (a) transmembrane pressure, 
(b) bloodf low through the dialyzer, and (c) the 
dialysate sodium concentration. 
Results: (a) The transmembrane pressure controls 
the amount of total body water as well as the 
watu: distribution between plasma and 
interstitial space, furthermore the sodium 
kinetics, however not the potassium kinetics, 
(b) Blood flow through the dialyzer influences 
the acid-base-state, but not the water 
distribution, (c) The dialysate sodium 
concentration effects mainly the water 
distribution between extra- and intracellular 
space, the potassium kinetics and the acid -base 
state. The oxygen pressure is independent of all 
three control parameters, whereas oxygen 
saturation of arterial blood is controlled by 
all three parameters. 



BE12-N.7 

Applications of a Physicochemical Model of the 
Fixed Cai ner. Hugo A.Massaldirinstltutode 
InvostJgaclones Cardloloeicas, Unlversidad de 
Buenos Aires, Areentina. 

Different variants of the mobile and fixed carrier hypo- 
thesis are traditionally used in the biological litera- 
ture to explain the facilitated transport of substances 
across cell membranes. Of these, the fixed carrier is 
getting generaliied acceptance as a more feasible trans- 
port device. A recently developed physlcochemical model 
(J. theor. Biol. 106:537; 110-35, 198*i) of mediated 
transport provides a contemporary view of the fixed- 
carrier mechanism. The model, which postulates migration 
of polar solutes through interstitial channels of intrin- 
sic proteins, is shown to lead to the classical equation 
of WUbrandt and Rosenberg for the transport of nexoses 
as a particular case. Derivation of other expressions, 
such as that for saturable transport with interactive 
sites for ion exchange, is also possible through this 
model. 

A distinct feature of the present approach is that it 
provides the spatial character and displacement pro- 
perties of the species, which are not present in the 
purely enzymatic treatment of the problem. Thus, the 
conventional parameters T^y^x hexose trans- 

port are defined in terms of a multicomponent permeabil- 
ity coefficient, the effective cross area of protein 
channels and the sorption constants of the solute onto 
the protein. By correctly accounting for the initial 
conditions, the model is capable of describing the 
active transport of ions as well. 



BE12-N.8 

Iviic'otoyical i'ropciUcs of (ial ibtaddcr Bite 
A iTml lenc}ino rrnlilea in rathophysiotogy 
R.F.Yang:X.Y.\fi^i.Y.l»,Wu 
Inst i tut r of Bsocnfji nee ring 
r.liongqing University, P.R. CTiina 

The rheolngiral piopcrtics uf yatttitaddcr bite are 
c tUNCty (iMatcd to tlir bitiary sctret ion, flow, and 
etiology of gatlsttine and other diseases in the 
hiliary .svstcn.The relatiunship between the; rheo 
Ijglcal properlirs and the cheaiiat conponcnts of 
galtbtaddur bite i.s very inportant also, however, 
those subjects have not been inveslineted so far. 
In present paper, behaviour of «jftltb ladder bile 
is dtMUssed. Various pathoi ''gic^l spei^inens of 
galtbtadder bite, inrtuded \l ' acute, chronic tho 
lecys'titis and rhotet 1 tliiasis, are collected and 
neasured by using Low Miear 3(1 rheoaeter under 
the shear rate range of U.til6(l? 118.2s ^ The 
experioentat results have showed thai their rheo 
tugiral behaviour is like nun newtonian fluids 
when ^hcar rate is less then 1 5s ^ and tike new 
Ionian fluids when shear rate is nore then 15 20s ^ 
Their viscosities are renarkabty different aHong 
different |)athotogical .sperinens. 
By aeasuring the vi^coelastici ty of gallbladder 
hite^lt5 storaae modulus sinpty inciuases, its 
toss nodutus first increases and then decreases, 
with the angle frequency (o increasing. Besides, 
the positive torrclatiou exists between the appa 
rent viscosity at sane shear rate in high shear 
rate range and the contents of cholesterol C| and 
aucin C^. Regression equations are respectively 
i| 4.359»0.U268C| regression coefficient ri 0. 9304^ 
and n -2.S048MI.O(i78C2! regression coefficient r^. 
0.9304. According to those results, we can quant i 
tativety investigate pathophysiology in the bi 
liary syslcB^ 



BE12-0.1 

VoXtction ojj BKOUt Cancel btj Mcaia^np 
AKCOtoA Blood HoiK\ M. Kitzan*, Y. Mahler 
and Z. Gimmon, Jerusalem College of TechnoloRv, 
Jerusalem 91160, Israel 

The higher metabolism of a malij^nnnt tumor demands, 
j^onerally, hiRher blood supply, which in the par- 
ticular case of breast cancer, can often be de- 
tected by skin temperature measurements, usinr, 
thermojf.raphy. However, the small pathological 

tcmperatiure differences are not clearly distinct 
from normal temperature fluctuations resulting 
from various physical and physiological reasons* 
The non-invasive transient thermal clearance 
method was used for the detection of breast can- 
cer. It differs from thermography since it me/ - 
sures directly skin blood flow instead of mea- 
suring its temperature f As breast carcinoma de- 
velops in the milk ducts, which are directed to- 
wards the nipple, the blood flow measurements were 
performed in the areola. 

The measurements have shown clear corrolation 
between breast cancer and increase in a/oolar 
blood flow, especially in the left breast. The 
areolar blood flow in a cancerous breast was high- 
er than that in the contralateral brt^ast, as well 
as higher than tho average blood flow in nomal 
breasts. 



327 



1988 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



307 



Biomedical Engineering Scientific Papers 



BE12-0.2 

Permeability Measurements of Mouse Embryo 
He.-qbranes at Temperatures Above and Below 
freezing, Douglas Walcerz*, Shantl J» 
Aggarwal, and Kenneth Dlller, University 
of Texas at Austin, Austin, Texas, 78752. 

The ability to preserve mammalian cells by freezing 
depends greatly on knowledge of the flows of water 
and cryoprotectant Into and out of the cells. For 
this reason, measuring the permeability of cell 
membranes, especially at temperatures below 
freezing, has become an important matter of 
investigation. A cryostage has been designed to 
measure the permeability of cells to water and 
cryoprotectant at temperatures both above and 
beloi; freezing. In addition, the stage allows an 
entire cryopreservation procedure to be performed 
while continuously observing the cells under the 
milcroscope. 

The permeability of mouse embryo cell membranes to 
water and glycerol has been measured at 
temperatures from -30C to 35C. The survival of 
cryopreservcd mouse embryos at freezing rates from 
.iC/min to 5C/min has a'so been measured. Graphs 
showing membrane permeability vs. temperature, 
embryo survival vs. freezing rate, and embryo* 
voluittc vs. time during cryopreservation will be 
presented. The design of the cryostage will also 
be presented. 



BE12-0.3 

Temperture prediction during 
hypertherro. , Min-he Cheng & 
Hong-Zhang Wang*, Precision 
Instrument Dept. Shanghai Jiao 
Tong Univ. Shanghai P.R.China 

Hyperthermia by ultrasonic, as a method 
for cancer treatment, has been applied to 
clinic trial for many years. But a non- 
invasive method of monitoring temperature 
distribution during heating still remains 
unsolved so far. 

In this paper, a simple model structure 
of temperature distribution in human 
tissue, which is based on one-dimension 
Dio-heat equation, is developed. The 
model parameters for real tissue are esti- 
mated from patient treatment through the 
use of a system identification technique. 
The temperature distribution during hyper- 
thermia can be predicted by this model, 
and non-invasive temperature measurement 
can be realized. 

Identification of phantom model parameter 
indicates that the simple control model 
structure is adequate. An identification 
measurement divice is made by micro-com- 
puter TP-801 and better results are obtai- 
ned by experiment heating fresh excised 
pig tissue. 



BE12-0,4 

fn'^^^c$unHAS5S. EXTERNAL MICROWAVES: 

Du S^M^LATION, Thomas R. Canfield, 
l^'l L c4^°i^ University of Chicago, 
btritch School of Medicine, Maywood, IL. 

A simple finite element model using the 
transient one-d imons i ona I bio-hoat trans- 
fer equation was developed to investigate 
heating tumors with an external waveguide 
applicators. It has been used to model 
heating of the canine larynx with exter- 
na waveguide applicators. In these cal- 
culations the applicator was modelled by 
assuming amplitude of an incoming 915 Mhz 
plane wave which was attenuated expo- 
nentially by the tissue. The appli- 
cator was be controlled by a temperature 
at one of the nodes within the tissue. 
Temperatures distributions were computed 
at every time step to simulate an actual 
treatment. The results indicate that 
power deposition does not translate 
directly into heating. Other important 
factors are power deposition rate, blood 
flow, surface boundary conditions, 
variation of tissue properties with 
depth, the presence of air cavities. 



BE12-0.5 

Iv^^rtl^^^ ^^^^^^ TEMPERATURE CURVE MEASURED 
BY A DEEP e^DY ThERWMETER, F.L. Lan* and J.W 
Huo, China Medical University, Shenyang, P.R.c. 

The Deep Body Thermometer (DBT) based on zero 
heat-flow principle wa<; first developed by R.H. 
Pox, 1970. Now, the OBT can measure the tempera- 
ture I cm deep under body skin with an error of 
0.1-0.2 c. Nevertheless, a much longer period Is 
needed ror a complete measuring (usually 20 min- 
uted or more), and until now, all the data rr^as- 
ured were abandoned except the steady value. 
Actualy, the shape of rising temperature curve 
IS related with the temperature distribution un- 
der body skin. In this paper, an Integral equa- 
tion was found from a simplified model that re- 
lates the rising temperature curve and the Ini- 
tial temperature distribution under the skin. If 
the Initial temperature Is linearly distributed. 
It was proved that the rising temperature curve 
could be expressed as an Infinite series of ex- 
ponential functions. On this basis, an approxi- 
mate solution method was obtained that can esti- 
mate the steady value In advance. Experiment 
shows that the method can estimate the steady 
value with an error less than 0.2 c by using the 
data measured In 4 minutes and 0.1 c by using the 
data measured In 6 minutes. By prolonging the 
measuring period, the estimated value Is monoton- 
ously Increased, and tends to the actual steady 
value. Moreover, the Inverse problem (find the 
Initial temperature distribution from the data 
measured) Is under study* 

B28 



308 

er|c 



1988 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



Biomedical Engineering Scientific Papers 



BE12-0.6 

Ihconstrained Measureuent of Ttaiperal ire and Its 
Distribution of Decubitus Ulcer Patients 
T. Nakano* ( 1 ) , T. Tamira. T. FUj iDOto. T. Tsuj i . T. Togawa(2), 
(l)South Japan Ifealth Science Center, (2)Inst. for Msd. 
X Dsn. En^.»Tokyo Med. & Den. Uhiv.»2-3-10, 
kandasurugadai.Chiyodaku.Tokyo.Japan 101 

Decubitus ulcer is the ulceration of the skin caused by a circ- 
ulatory disturbance during long ..•"fi'iaaent to bed.Usiiig sheet 
cattalning IC aalrix sensors, the surface temperature in 15 ire- 
as of the decubitus ulcer patient w^re neasured without pasting 
oensors directly upon the "kin. This data was continuously reco- 
rded in EPROM every 5 ninutes for 10 bws.After data processi- 
ng of the signal, the tesperature and its distribution were ill- 
ustrated autfBLitically liirough graphs.The Prorded distribution 
of I he teajperatui'es showed rare pasture changes in the patients 
as coaspared t.) 'iM;e of the normt! controI.lt w;ts observed that 
the t^ratures of the area of the decubitus ul.iv were mean 
35.5*0 and 3*C hi^r than those of the normal area.Tlv.re was 
no difference 1 1 Mv- ulcer teipar^tlure- luring sleep and non- 
sleep periods. This device h useful for prediction and prevent- 
ion of the decubitus ulcer. 



BE12-0.7 

Modeling the The rinor' egula t ory Sys'tem 
Using Thermal Entrainmeit Technique and 
a Kernel Method, Dr. Ahmed K. Ahmed* 
Faculty of Technologica± Studies , Kuwait 

The system considered here is the process 
relating the thermal stimulus (input) to 
haart rate (output) of a man* This paper 
describes Electronic Equipment developed 
to control air blower which produces ther 
mal stimulus of hot and cold air at diffe- 
rrent frequencies to serve for the input 
to the thermoregulatory system. It also 
describes experimental pr*- ledure and iden- 
tification procedure of tun system model 
using an algorithm of Kernel identifica- 
tion of voltterra series which greatly 
reduces the computational burden and eli- 
minates the restriction of using white 
Gaussian input of a test signal. The cal- 
culation, estimation of voltterra Kernels 
and formulation of the model are presented* 

A second order model is the most appro- 
priate for a good estimate of the system 
dynamics. The model contains the linear 
part (first order Kernels) and Quadratic 
part ( second order Kernels) in parallel. 

Other results and discussion will be 
presente d. It seems that the model may 
give physilogxcal interpretation of the 
dynamics of the thermoregulatory system. 



BE12-0.8 

Experimental Study of Power 
Deposition and Power Reflection 
for Microwave Hyperthermia 
Antennas, Matthew Pressly* and 
Dr. J.A. Pearce, The University 
of Texas at Austin, Austin, 
Texas 

In microwave tumor hyperthermia, the 
heating is induced by an antenna 
which radiates microwave energy into 
the tissue. The pattern of heating 
induced by different applicators has 
been studied on a tissue phantom in 
order to predict applicator 
performance on human tissue. 
Minimization of power reflection has 
also been studied. 

The phantom material has electrical 
properties similar to muscle tissue. 
Heating patterns are analyzed using 
thermographic imaging. The 
frequency-dependent reflection 
coefficient has been determined for 
loaded antennas using a 
Hewlett-Packard 851 OB Network 
Analyzer. Antennas studied include: 
Spirals, slots, bowties, resonant 
ring, and parasitic ring. 



BE12-P.1 

A Liposome- Based Iwmunosensor t Detection of 
Tumor Markers , M . Ai za wa * # S . sh imizu , H . Ma tsumur a # 
H.Yokoyama and H. Kamei, Elect rote chnical 
Labora tor y , 1 - 1 -4 , Umezono , Tsukuba 305 , Japan . 



We have developed a new type of biosensing sys- 
tems where the dynamic light scattering tech- 
nique is applied to observe agglutination of 
liposomes caused by an antigen-antibody reaction 
on their membranes. The liposome is a small 
spherical body (d=20-100 nm) composed of phos- 
pholipid bilayers which construct a basic struc- 
ture in biomenbranes. By the use of our system, 
we tried to detect one of tumor markers, pan- 
creatic oncofetal antigen (PGA), m human sera. 
We prepared a suspension of liposomes having 
polyclonal anti-PDA molecules on their mem- 
branes. When a test solution with POA molecules 
was added into the suspension, agglutination of 
the liposomes occurred through the POA antigen- 
antibody raaction. From the dynamic light scat- 
tering measurement, we found that there is a 
linear relation between the size of agglutina- 
tion products and the POA concentration. On the 
basis of the relationship, we could estimate the 
POA concentration in sera with a small sample 
volume (1 Ul) and in a short period (20 s). 
The minimum detectable concentration m this 
sensing system is ca. 200 nanomol/ml under our 
ordinary experimental conditions. 
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BE12-P.2 

JVofrndrmetric Tesii/^ of P/asm^ /nsufifi 
ChsraciBrisifcs ds Potent fel fiarkers op 
&vost CdffcarP/sk (BCPJ,. R£. Hemiida* and 
C. Hernandez, University of Santiago, Spain. 

Among J2 plasma hormones from healthy adult 
women sampled around the clock and the year, 
pattern discrimination methods single out plcsma 
insulin as a primaoj classifier for a high (H) vsJow 
(L) BCR. The relation between plasma insulin and 
BCR is an indirect one in all 4 seasons. These data 
were re-analyzed by bootstrapping (BS) of circadian 
characteristics, assuming that deviations of each 
sample from 2 means, those of the BCR-group and 
the individual, are correlated along the 24-hr scale 
in keeping with a first order auto-regressive model. 
Results from BS validate differences in circadian 
rtigthm-adjusted mean for insulin in spring and 
summer between the L & H BCR groups Circadian BS 
is a resampling procedure here suggested to 
introduce inferential considerations into 
discriminant analysis and recommended for broad 
routine use in nonparametric estimation, 
hypothesis testing and biomedical signal simulation 



BE12-P.3 

^far&jco P^/&T for f^tfm Pdrameters of 
P/osmo Cort/so/ fn Chi/Or^ of Stoti^v. 
R.C. Hermida* L Garcia and F. Halberg, Uni- 
versities of Santiago. Spain & Minnesota, USA. 

21 plasma Cortisol profiles, sampled from Bavarian 
children every 4 hrs for 24 hrs across all seasons, 
served for the computation of a so-called paradesm, 
a 90S prediction region for the amplitude(A)- 
acrophu:e(0) pair Cortisol data from- 32 Spanish 
children (20 boys and 12 giris) aged 5-14 yrs, of 
short stature, sampled at about 3-hr intervals for 
24 hrs across all seasons, were also analyzed by 
linear harmonic analysis. The best fitting period is 
24 hrs for either sex and all subjects. The circadian 
parameter's were interpreted by reference to the 
Bavarian paradesm. Despite differences in age. 
ethnicity, climate, diet, health and samplfng 
conditions between both populations, individual 
estimates of the circadian A and BS were inside the 
Bavarian paradesm for 19 bogs and 9 giris. Cortisol 
marker rhythmometry based on relatively few 
samples constitutes a practical approach for 
parameter estimation of the adrenal Cortisol cycle. 



Bei2-P.4 

Thrombolysis in Membrane^Bound Thrombi Using Liposomal- 
Encapsukted Streptokinase, PD Nguyen* ^ EA 0'Rear^ BM Ring*» R 
Lu*, AE Johnson*. ^Dept or Chemical Engineering. *Dept of Chemis- 
try, University of Oklahoma, Norman. OK 73019, USA. 

Application of streptokinase (SK) in thrombolytic treatment has 
been hampered by the uncertainty of optimal dose, arising from 
unmunchinactivation. complications rating from undenise of 
SK, and above all. fear of bleeding. As a nesiilt, patients with 
history of severe hypertension, recent strokes, cerebral hemor- 
rhage, and cerebrovascular diseases are excluded from this kind 
of treatment We arc currently investigating a new delivery sys- 
tem for the transport of SK to target area by the use of lipo- 
somes. 

TTie ability of liposomes to encapsulate drugs, proteins, and 
nucleic acids have stimulated interest in their use as drug car- 
riers. In our study, high concentrations of SK (10.000 lUAnL) 
were used for encapsulation in large unilamellar vesicles of 
phosphatidylcholine. These vesicles have a homogeneous size of 
less than Q2\m in diameter. During slow flow through 
membrane-bound thrombi, liposomal encapsulated SK retained 
the ability to activate the fibrinolytic system, presumably by lys- 
ing of vesicles from shear forces. By monitoring the pressure 
drops across tiie Nuclepore membranes and clot-dissolving time, 
the preliminary results show that the capability of SK- 
encapsulated h'pos<Hnes to dissolve clots arc comparable to that 
of an equivalent amount of unencapsulated SK m platelet-poor 
plasma. We believe that, the therapeutic efficacy would be 
improved if SK or other plasminogen acti'-ators were encapsu- 
lated m a medium such as h'posomes and only released when it 
has reached the blood clots, and that hemorrhagic j^ienomena 
be greatly aUeviated by the relative dampening of 
dinusive to convective transport 



BE12-P.5 

The Relationship Between Ccxapositlon of Unor 
Z ^Ti' ^°"8ge, Wang JunjianS 
T^ J^ ' J^^h °^„Bi°^ngineering, Huazhong Univ 
of Sci. and Tech., Wuhan, Hubel, P.R.c. 

Dcperiments are designed to determine hovf the 
r^n v/ i!''^"''^ ^^^Sed by shear stresses In 
Couette rheometer. We find that viability of EAT 
(Ehrlich ascites tumor) cells at about and 
S180 (sarcama 180) at about 43-0 abruptly de- 
Ztl^fy. ""^^^ stresses 25 dynes/cia, compared 
With the slow and linear loss of viability with 
the rise of temperature from 30'o to i|0*o. This 
abrupt change is consistent with marked change of 
cell membrane mlcrovlscoslty whloh is caused by 
bllayer systems of membrane undergoing a thermol 
iJnniH P^^f,,<5hange (phase transition) from the 
llquid-crystalline to the liquid with the rise of 
tenperature. 

i-rf^,!?? '""'7 ^'^f"^^ °^ viability 13 due to phase 
transition of cell Bembrane. This Indicates that 
the cell manbrane Quldlty Is vulnerable to ahear 
fh^ff^f* membrane nuidity of, 

the easier damagH the cell Is. -me viability of 
tumor cell treated with colchicine Is raised, 
which suggests that the deformablUty Is United 
by cell microtubules. ft, account of the hlah 

mechari«°/''i''^"' ^" ""^"^ oar.cer ceUs! 

mechanical stresses at the cell surface are 
transmitted to the nuclear membrane and contends 
and even nujlear aenbranes are damaged while sur- 
face membranes are not In some cells. Hot like 

r?on.%^h:aMcrf[r"" '"^^ p™^-' 
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THE BiORHEOLOGICAL PROPERTIES OF HUMAN NORMAL AND 
PATHOLOGICAL GALLBUDDERS - G.H. Zhong*, Y.P. Wu, 
G.R. Wong, West China University of Medical Sci- 
ences, Chengdu, Sichuan, P.R.C. 

According to the "thin shell theory*' and some sup- 
positions, a two-dimensional quasi-elastic strain 
energy function of gallbladders based on the bili- 
ary histology was established. The relationships 
between the stress and strain of the gallbladders 
were obtained. A new non-contact system which was 
composed of VDA (Video-Dimensi ^n-Analyzer) , Pres- 
sure transducer and other transmissions was used 
to measure the two-dimensional deformation of gall- 
bladders. A non-linear multi-dimensional curve 
fitting method was applied to fit the measured re- 
sults. We found that the biorheological properties 
of gallbladders were related to their histology 
structures. Furthermore, we found that the strain 
energy function and its parameters can be used to 
evaluate some biliary diseases such as cholecyto- 
pathy cl inical ly. 



BE12-P,7 

Iontophoresis with insulin in dogs. 
J.Bustelo* F.del Pozo, M.J.Medialdea and F. 
Vilaplana.Fundacion C.G-M.Instituto de Bio- 
ingenieria.Avd. dela Marina, 3-5. 11007 CADIZ 
ESPARA. 

The objetive of this investigation is the - 
insulin administration using traditionoi 
techniques of iontophoresis as an alternati^ 
ve to the traditional treat ements of Diabe- 
tes Mellitus . 

The differents experiments were: the possibly 
lity of introduce insulin through the inta£ 
t skin without it losing its biological and 
to determine the best parameters that per — 
mit the elaboration of the principles of a 
non-invasive insulin pump. 
A study was carried out on a 50 dogs were - 
made "in vivo", divided into four groups. - 
Were determinated the values of insulinemia 
and glycemia after the insulin application 
by means of iontophoresis during thirty mi- 
nutes. 



BE12-P.8 

A Study on I Now Adtorptlvt Antidott for JLrtlflclal 
Llv«r. Xu,Cuo«Ftn«| Va,ruisi Peng,Vol-Cricot Zhou, Han; 
Htt,Sbu-Cnu| ato., Rdtiftrch Inotltuti of Bloaedlcal 
SniClntarlns, Jinan Unlvertit/, Cu«Agzhou, P«opl«*t 
Bapubllc of China 

llila taxi raportt a rotult of a ita^ed otudy on a new adtorptlve 
antldota for artificial liver. Ihle adsorptlve antldoto was pre- 
pared fron a natur*! chltln raw material by claple chealcal and 
physical treatMnt. It has a good biological coapatlblllty and 
a relatively etrong adeorbabillty to blXlmbln, endotoxin, hete- 
roaroaatle aaino aolds. 

A atatlc teet ehowed that 1 g of this antidote could decrease 
the bilirubin In a 10 al plaema with a concentration of JO unite 
to 20-2 J unite within 2 houre and the aaount adsorbed wae 0.2^ 
0.30 ae/ff. Aa for endotoxin. It waa docreaaed froa J4 FC/nl to 
4-$ FC/al and the aaount adeorbed waa $00-^10 K;/g. Die asount 
adeorbed of aaao beteroaroaatlc ealno aolde In ooaplex aalno 
aclde were aa follows Phenylalanine 1.52 og/gi Tymlne 1.20 a^/s 
Bietldlne 1.51 Pff/ff* bulling 70 g of thle adaorbent Into an arti- 
ficial liver device, we parforaed a blood perfusion for 2 hours 
to experlaental doga of Ictenie sodel weighing 11-14 Kg» ihe 
contenta of blllxubin and glutaalc pyruvic tranaealnase In the 
blood before and after perfuelon were docreaaed reepectlvely by 
^y^i % and 42-49 9i • experleental doga recovered noxaal tc* 
tlvltles end appetlve soon and survived after perfuelon. An ex- 
perlaental fesale doff even eated and got pregnant after perfusion* 
Xeverthelese, experljeental doge of the eaae aodel without perfu- 
elon treataent would dl# within several daya. 



BE12-P.9 

An Experimental Approach to the Hemocompa- 
tibility and PeiKeability of Activated Char- 
coal Coated with Silastic and Its Copolymers, 
Liu You-chu,' Dong Guang-jiao, and Vang Xiu- 
yu, Dept. of Chemistry, The Fourth Military 
Medical Collage, Xian, Shaanxi, P.R.C. 
The methyl vinyl sila<;tic (PVMS) and its copoly- 
mers, PVMS-HA and PVMS-AM coated activated charcoal 
(AC) that prepared by ^^Co radiation methods. Stu- 
dies on hemocompatibility of these coated materials 
have been carried out by SEM and pseudocoloring of 
a grating encoded phase-picture method. The resu- 
lts vitro studies show that the permeabi- 
lity of silastic and its copolymer-coated charcoal 
for librium is very high. The detoxication efficacy 
of the coating appeared PVMS-MA- AOPVMS-AM-AOPVMS 
-AC. The platelets on PVMS-MA copolymer were slig- 
htly deformed. The number of adhered platelets toi. 
the copolymer coating was 28% of the platelets ad- 
hered to PVMS and was only 8% of the platlets adher- 
ed to AC. The results suggest that the hemocompatibi- 
lity of the PVMS-I4A copolymer induced by radiation is 
better than silastic and that the copolymer coatings 
are likely to be used hopefully for detoxication of 
artificial kidney or artificial liver. Abbreviation 
AM acrylamide; MA methacrylic acid. 
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Low intensity constant direct current 
effect on wound iiealing, RAtalay,* 
G^Aydin, B*I§ik, &Tokta§, Medical 
Fac» of Dicle Univ. Biophysics Dept. 
Diyarbakir,TURKEY 

The effect of low intensity constant direct current 
on soft ti,-ue wound healing in rabbits was studied 
and the healing rate of electrically stimulated wounds 
were compared with the controls. Secondly Hydroxy- 
prohne content of granulating wound was analyzed 
in electncally stimulated and control groups. 

Current was obtained from a specially designed low 
intensity direct current generator which keeps current 
constant by regulating the voltage. lOO/^A- 150/^A 
direct current was applied to the wounds and max. 
output voltage was limited to 6V. Electrodes used 
were stainless-steel mesh ones and control wounds 
were covered by dummy pads with no electrode in 
It. One day of negative current was applied and 
process continued with positive current until the 
healing process was completed Current application 
procedure was 8-10 hours/day and 6 days/week. 
Hydroxyproline content of both of the groups were 
determined at 7th and 12nd days by Woessner»s 
method 

It was found that the healing was accelerated with 
constant direct current application and hvdroxyproline 
content of electrically stimulated wountJs were 
higher than the control ones. 



BE12-P.11 

An experimental system for quanUtaUve 
determination of mechanical parameters of 
human hair. G. Niklforldls'', D. Tsambaos, 
A. Bezerlanos, P. Prokopiou University of 
Patras, 26001,Patra, Greece. 

A quantitative indicator of the general status of 
me human hair, can be given by the exact 
determination oi the principal parameters 
characterizing its mechanical behavior In the 
present study an experimental procedure, which 
^n^fl^ii tl^e stress-sti-ain curve of human hair 
under different stirain rates is analyzed in this 
paper the following is described: l) The 
mechamcal components and the system of 
transducers 2) The electi^onic circuits by which 
the sti-ain is. applied and the sti-ess as a function 
2LhS1 measured 3) The mathematical 
algoriOim and the program of calculus for the 
deternriination of Young modulus, yield sti^ain, 
ultimate strain and relaxation modulus of human 
hair In this framework foUowing a standardized 
protoco the statistical correlation of me 
mechanical behavior of human hair to the 
findings of morphological and biochemical 
analyses as well as the clinical examinations is 
pp^ble.ConsequenUy quantitative determinations 
of the influence of different factors such as U-V 
radiation and pharmaceutical treatinent, on th^ 
condition of human hair can be performed 



BE12-P.12 

/OSu/h'} ;/? Cfffft/r^n of SifO'^i Sfdu/f't^. L Gd»*- 
Cio*. r C ricrnviud. T iQjcSiaS and C. Luutiro, 

Hosp. ildlerno-lrifciUiK Lo Corunoot urriYers-ilu 

of Scntiogu. Sot'illdQO (Spoin) 

irtsuiiri i.. .icentrdlions (in uiu/rril> were deternrnned 
by radioirnmunodssay in plasma obtained at "3'hr 
interveis for 24 hours from 1 1 boys and 7 girls of 
short stature, aged 6-14 yrs. Circadian rnytnm para- 
meters' were computed by the single and population 
mean cosinor fits of a 24-hr cosine curve 
Gender P MESOR^ise AmplUude+se Acrophase^±se 
Boys .005 30,8±3 0 127+2.5 -299^+9"' 
Girls 052 34.1+4 0 17.0+5.0 -25r±13" 
All <.001 32.1+2,2 13 1+2.0 -277'"+ 10'' 

1 Midline estimating statistic of rhythm. 

2 From midnight, with 360^=24 hours. 
Evaluation of risk by appropiately designed ques- 
tionnaires should next complement blood sampling 
for hormonal determination and proper signal 
processing end parameter estimation in groups of 
children differing in gender, age or ethnicity, among 
other factors. 



E-12-P.13 

m APPROACH FOR SHORTENING MEASURING TIME OF HUMAN 
BODY TEMPERATURE, X.L. Zheng, c.L. Peng and E.X. 
Zheng^, Chongqing University, Si.auan, P.R.C. 

The rapid measurement of human body temperature is 
necessary for the clinic and daily life. This 
paper submits the electrical model of body temp^ 
erature measuring system. 

U>ider certain conditions, the modsl can be simpli- 
I'ied as an R-C circuit of second order. The pro- 
cess of body temperature measurement is determined 
by the thermal resistance and capacitance of human 
body and also of the sensor. According to the 
model, discussions have been had for the shorten- 
ing of measuring time of body temperature. We 
considered here how to decrease the effect of ini- 
tial temperature of the sensor. We present the 
preheating method to avoid the influence of envi- 
ronmental temperature. 

On the basis of preheating method, a prototype of 
the fast-response electronic clinical thermometer 
has been constructed. The measuring time is less 
than 30 seconds and the accuracy is better than 
+0.1* C for oral and rectal temperature measure- 
ments. This shows potential advantages in clini- 
cal uses. 



g2 1988 Wodd Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 

ERjC 



Biomedical Engineering Scientific Papers 



BE12-P.14 

AN AMBULATORY SCREENING DEVICE FOR THE DETECTION OF 
SLEEP RELATED BREATHING DISORDERS 

T* Penzel* G* Amend, K. Meinzer, J.H. Peter 
Med. Poliklinik of Philipps-Universitclt Marburg 

Sleep-related breathing disorders (SRBD) are of high 
prevalence (10%) in a male population with an age 
between 40 and 60 years. To diagnose these dis- 
orders extensive investigations in a sleep labora- 
tory are necessary. Therefore the need for an easy 
to handle screening device is growing. 
Different studies in our sleep laboratories showed 
that the time course of heart rate and a frequency 
analysis of nocturnal breathing sounds reflect 
the structure of sleep very well. Physiological and 
pathological patterns can be differentiated. 
In colaboration with a medical electronics firm we 
succeeded in the development of a small portable 
device based on the analysis of heart rate and 
nocturnal breathing sounds. The device records the 
heart rate beat-to-beat with a resolution of 1 s 
and 6 bit in a solid state memory. Two further 
bit/s record loudness of breathing sounds and the 
normalized power in the frequency range between 
50 cps and 800 cps which is typical for snoring. A 
recording up to 18 h permits a comparison of night- 
time and day-time pattern. Data are read out via a 
serial interface and can be analyzed in a PC. 
Pattern analysis on heart rate and time interval 1 
analysis on breathing sounds allow efficiently to 
differentiate normal sleep, sleep apnea and other 
indications for further sleep lab examinations. 



BE12-P,15 

Automated Plastic Forming System for 
Artificial organ Components with a 
Robot, H. MATSUDAIRA*, T. TOGAWA & K. 
TSUCHIYA, Dept. of Mech. Engng., 
Sch. of Sci. Si Engng.f Waseda Univ. 
Tokyo Med. & Dent. Univ., Tokyo, JAPAN. 



A new plastic forming system was developed. 
The principle of this system is piling up cross- 
sectional layers to form the entire figure. Each 
layer was fabricated by extruding forming 
material intermittently in a series of locations 
using a plastic dispenser attached to a robot 
which was controlled by a computer . As the 
material, a room-temperature curing and an 
ultra-violet curing silicone rubber which 
viscosities are roughly 800-1,000 Pa were u^ed. 

In the preliminary experiment, simple 
shapes such as straight tubes, bifurcating 
tubes, tubes having leaflets in the inside and 
spiral tubes were formed. Errors in forming 
process remained v;ithin 0.5 mm. The result 
suggests a possibility of applying this method 
to form plastic models which are difficult to be 
formed by the casting or machining. 



BE12-P.16 

The Computer Simulation for Ultra- 
sonic Point Objective Image, Zhou 
Guang-l!u7 Yi Ji-Ping, Chengdu Inst, 
of Radio Flng. , Chengdu, PR China. 

To simulate a B-i.ode ultrasonic image on 
computer has been considered of great 
signj ficance for the obtainment of accu- 
racy and optimization in a practical de- 
sign work for B-mode ultrasounic system, 
liowever, the reliability of simulation 
results depends on the analysis of a 
sound field. The sound field distribut- 
ion is used to simulate the practical 
image in a linear array B-mode ultrason- 
ic field. 

The image function and the point respon- 
se function have been successfully de- 
rived and they are all dealt with in the 
frequency domain. 



BE12-P.17 

Mapping of Pain by Electrical 
Impedance Measurements, Couros 
Ghaznavi*, Roman Chrucky, University 
of Bridgeport, Bridgeport, CT 06601 

Our study attempts to objectively map by means 
of dermic impedance measurements, the painful 
site. The hypothesis on which our study rests is 
that in a healthy individual, dermic impedance 
measurements would re» eal a symmetry of elec- 
trical patterns. Pain alters this symmetry. 
Changes in circulation take place in the painful 
site and this leads to a change in impedance 
values. The study undertaken here is to probe 
the reasons and to find an effective method of 
localizing painful areas. An instrument at a 
frequency of 200 KHz has been designed to locate 
the low impedance points on the skin. 
The impedance between two specific points of 
the body is a function of the frequency of the 
applied voltage. At high frequencies, electrical 
current effectively short circuits the entire 
cell by penetrating the high capacitive cell 
wall. Thus, the impedance of a cell shows only 
incremental changes beyond a critical frequency. 
This frequency is approximately 200 KHz for the 
skin. Consequently it's assumed that the 
disymetry of the dermic impedance noticed is 
due to changes- in circulation. 
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BE12-P.18 

An Algorithm for Detecting Parameters of 
Abnormal Nystagmus Beats 
L San*, Institude of Aviation Medicine, 
Bejing, China 

The key point in ENG data processing is identifica- 
tion of ENG waves and extraction of abnormal 
nystagmus beats. A new algorithm has been develop- 
ed in^our Lab and was called 'Moving Mean Thres- 
hold. Interference, such as oculomotor waves or 
blink waves, added to nystagmus beats, and became 
abnormal beats. Based on the fact of that the in- 
terference became very narrow pulses relative to 
time domain of slow phase when the ENG waves were 
differentiated, we used the mean ranging from 
-S.D. to +S.D. as estimation of the slow phase 
velocity. Thus the interference can be cancelled 
notably. The characteristics of the algorithm are: 
U Parameters of normal ENG waves can be calculated 
correctly. 2) Interference added to ENG can be can- 
celled. 3) Because of its smoothing effect, high 
frequency interference, such as EMG, can be filter- 
ed. More than 3500 of ENG records of all kinds of 
abnormal beats have been processed with this algo- 
rithm, and the correct rate of identification of 
ENG parameters with this algorithm Is 3S.k%. The 
algorithm is very suitable for processing ENG re- 
cords of patients. 



BE12-P.19 

Myoelectric Control of Practical 
Artificial limbs, lUO Yong^zhao! 
Shanghai Institute of Physiology, 
Chinese Academy of Sciences, 320 
Yue Yang Road, Shanghai, China 

The loss of muscles, atrophy and disfunc- 
tion of the muscles in the amputees' stumps 
result in a shortage of the sources of Si'G 
control Signals. In order to solve this 
problem, less BMG signal patterns are used 
to control more actions of artificial limbs 
and from less muscles more SMG control pat- 
terns are produced. One kind of our artifi- 
cial hands only need one Bm pattern^ It is 
used to control the opening of the fingers. 
The closing is automatic. Por the arm pros- 
theses With three degrees of freedom only 
three BUG signal patterns from two muscles 
are used, whole arm prostheses can be con- 
trolled by Bm signal from three muscles 
around the stump. To meet the needs of dif- 
ferent kinds of amputees, a series of upper 
limb prostheses has been developed and used 
by many amputees. 



BE12-P.20 

The Identification of Parameters 
in Heterometric Autoregulation 
of Cardiac Contractility , Han Yan- 
an? Li Shao-xione» Zhao Xue-wei, 
Kong Su-mine» Shandong Medical 
University. Jinan, P.R. of China 

The system identification technique was 
applied to study the dynamic process of 
the heterometric autoregulation in ven- 
tricular contraction. The experiments 
were carried out in two groups of adult 
Wistar rats. The process can be describ- 
ed by a second order differential equa- 
tion. Using Gauss-Newton method the par- 
ameters a,b,c and d were obtained. a?he 
ventricular contractility is regulated 
by parameters a.b.c and d. Among the 
parameters c is the most important one 
which reflects the relationship between 
arterial pressure deviation and the de- 
rivative of end diastolic pressure 
d(EDP)/dt» determining the stability of 
the system and assesseing the contrac- 
tility of the ventricular myocardium. if 
the value of c is less than -ad/b. the 
system is unstable. The blood pressure 
tends to drop down indicating the cont- 
ractility of the myocardium is impaired. 



BE12-P.21 

Icng-Tem Continuous Monitoring of 'Activities 
of Daily Living* with Particular Reference to 
Solitary Senile People, K. Ikeda*, A. mtanabe 
and M. saito, Institute of ^5edical Electronics, 
University of Otokyc, Bunkyc, Otokyc 113, Japan 

A long-term ADL nmitcring system, especially for 
solitary senile people, which consists of a nun^ 
ot transmitters with vibrcsensors and a comnon re- 
ceiver with data-processing and data-insmory units, 
IS designed for trial. Ohe transmitters are snail 
enough to be stuck on utensils or fumishinqs, 
such as toilet door, refrigerator door, or kitchen 
drawers. i^^^uzn 

l^en one of the vibrosensors detects any activity 
ot the sJDject, it transmits its own code signal 
for several times running, otherwise it retains 
quiescent. All the transmitters for one particular 
sub3ect use same radio frequency, when the re- 
ceiver detects the radio signal and succeeds in 
Identifying a particular code at least three times 
in succession, the code is to be stored as an event 
in Its memory unit together with its occurence 
tune. 

Ohe contents of the memory is autonatically read 
out at a fixed period, and sent to the institution 
concerned, through the telephone line, in order to 
be analyzed, The capability and usability of this 
system are diso-ussed to seme extent, especially 
frcm the view point of health care for the aged 
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Test for Ergodicity of Normal Human Blood 
Pressures, RE. Yates*, L.A. Benton, SJ. Berry and 
MJ. Korenbei^g, Crump Inst, for Medical Eng., 
UCLA. Los Angeles, CA; Dept. of Elect. Eng., 
Queen's University, Kingston, Ontario, Canada. 

We hypothesized that repeated measures of 24 h ambulatory blood 
pressure in single normal individuals might recapitulate the 
statistics of similar single records of a cross section of normal 
subjects, with respect to ultradian (< 24 h) periodic dynamics. 
Systolic and diastolic blood pressures (SBP, DBP) were measured 
every 7.5 min for 24 h. We obtained 13 records on each of 2 
subjects (L - 35 y woman, F - 59 y man), and single records (group 
R) on 13 men and 6 women (24-65 y). All subjects had 24 h 
rhythms in both blood pressures. We examined variances of each 
record for ultradian periodic structure using the fast orthogonal 
search method of Korenbcrg, which models data as a (not 
necessarily harmonic) series of sine/cos pairs as features. We 
windowed the features into 3 domains: 9 h, 6 h. 3 h. Results: % 
occurrence rates of significant features for SBP (9, 6, 3 h) and DBP 
(9.6.3 h) were: F(38, 31, 15) (46, 46, 23) /L (38, 38, 31) (54, 23, 
15)/R(16.26. 10) (47,21, 16). No group had an ultradian feature 
prevalence (fjp) > 55%, but all 3 groups had a 9 h DBP fp > 45%. 
R had no other fp > 25%, whereas F and L had SBP 9 h fjp = 40%. 
L also had SBP 6 h and F DBP 6 h fjp = 40%. Conclusions, (1) 
ultradian rhythmic suructure of nornial human BP is inconstant, {2) 
near-periodic features are not rare (fp = 30% overall), (3) a 9 h 
DBP feature is most common, (4) individuals have distinguishing 
"dynamic signatures" seen in the distribution and occurrence rates 
of their ultradian rhythms. (Supported by the Hartford Foundation.) 



BE12- \ J 

^uradlan Rhythms in Systolic and Diastolic Blood 
Pressures (SBP, DBP) in Normotensive Humans, L. 
A. Benton*, M. J. Korenbcrg, S. J. Bcnry and F. E. 
Yates, Crump Institute for Medical Engineering, 
UCLA, Los Angeles, CA; Dept. of Elect. Eng., 
Queen's University, Kingston, Ontario, Canada. 

Ambulatory SBP, DBP and heart rate (HR) were measured every 
7.5 min for 24 h irl two groups of normal subjects: younger (Y, 14 
men and 7 women, 24-65 y) and older (0, 7 men and 10 women. 
66-95 y). Variance structure of the -192 measurements per subject 
was examined by the Fast Orthogonal Search method of 
Korenbcrg, modeling data as a series of sine/cos "features", which, 
unlike the standard Fourier series, is not necessarily harmonic 
(comcnsurate). Any feature reducing variance > 5% was considered 
significant. (Shuffling a data set eliminated all features.) We could 
detect features between 0.5-24 h. Results: All subjects had strong 
-24 h ("circadian") rhythms in SBP, DBP, and HR. In Y there was 
also a 9 h feature in DBP (p < 0.01), but no other ulu^dian (< 24 h) 
periodicity in any variable. In conU^ast, 0 showed prominent 9 h 
and 3 h features in both SBP and DBP, as well as a 6 h feature in 
DBP. HR had no ultradian features in any group. There was no 
sex difference in these findings. Conclusion: Cardiovascular 
pressure dynamics change with age in noimotensive subjects such 
that ultradian rhythms become prominent in both SBP and DBP 
after age 65. (.Supported by USPHS Grant GM 23732 and the 
Hartford Foundation.) 



EE12-P.24 

Digital recovery of respiratory rhythm from 
the ECG and the pulse wave, J. Colominas*, 
J. Rosell, P. Riu and R. Pallas-Areny, Dlv. 
Instrumentacion y Bioingenieria, ETSI Tele- 
com. Box 30002, 08080 Barcelona, Spain 

The physical proximity of organs of respiratory and 
cardiovascular systems results in a mechanical inter- 
action between them and the corresponding presence of 
interferences In the signals retrieved from one, which 
may be attributted to the other. Neural control mecha- 
nisms are also responsible for another kind of inter- 
action in the form of a respiratory- induced cardiac 
rhythm variability (respiratory sinus arrhythmia, RSA) 
By modelling the way in which the interaction modifies 
signals associated with one system, we can consider 
the result of the interaction as a means of inducing 
information from one system into the signals associ- 
ated with the other, and then try to recover it. 
Our experimentally assessed models indicate that, 
aside from the RSA, there is an amplitude modulation 
and a base band component associated with the respira- 
tion, both in the ECG and in the external pulse wave. 
By digitally processing these signals, we recover the 
respiratory rhythm from them without any hardware 
modifications for existing equipment, thus increasing 
the amount of information obtained for the same cost. 



BE12-P.25 

The Electro Optical MDdulation of 
Chtochrome C, Yu Vfei*, Yong-Qing 
Bvang & Ci Lin» Nanjing Institute 
of Technology, Nan j ing, China 



Recently it is an interesting research topic in 
bioelectronics to find some certain molecules and 
biomolecules v,^ich can be used in electronic de- 
vices. T\vo structure frames of cytochrome C are 
made in our Lab. One is a thin mambrane of cyt-C 
irmiobi 1 ized in gel of PPA, the other is the lang- 
muir Blodgett film of lipid absorbing cyt-C mole- 
cules. A measurement system with microcomputer 
has been developed in order to obtain the electro- 
optical modulation character of cyt-C. The samples 
of cyt-C are inserted into two electrodes v^ich 
are light transparent and applied with alterna- 
tive voltage. The the photo transmission in cases 
of different electrodes, applied voltage, irradia- 
tion frequencies and iixmobi 1 izing method etc, has 
been recorded. The photo transmission is changed 
according to the redox of cyt-C. Finaly, it is 
tried to exlain the mechanism of the electro-opti- 
cal character of cyt-C. 
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BE12'*P«26 

THE DOG David Whitmire*, Dept Chemical 
Engineering, Auburn Univ, Alabama 

An ethanol detoxification formulation 
using a three enzyme system with 
subst.ate pumped cof actor recycling 
(SPCR) was used successfully in dogs. 
When administered intraduodenally to 
anesthetized dogs the formulation 
caused a 35 to 45 percent reduction 
In intravenously administered blood 
ethanol over thnt of the control • when 
adminstered incragastrically prior 
to the intragastr-"'- administration of 
ethanol, the fo*' ation prevented 
greater than 96 percent of the expected 
amount of othanol from appearing 
in the vascular space. 



sensors and systems for the 
measurement of energy flux 
through skin,L-Yu*,D.Y.Lia 
Oceanic University of Qing- 
dao; H.Zong,Qingdao Electronic 
Co. Qingdao, P.I?,Cnina. 

Tne energy or neat flux tnrough oody 
skin is different in concept fro., ski-i 
temperature. People wno nave the same 
skm ter.perature r.ay nave unequal energy 
flux. E:iersy flux may oe used to prooe 
the terr^perature within the .ody and has 
30:re relations with the conditions of 
in.ier organisms. So that it may oecome 
a useful parameter for clinical diag- 
nosis. Descriptions of the sensors and 
syste:r.s that used are given, their func- 
tions and measurements are presented. 



BE12-P,28 
A data 



acquisition system for electrical 
impedance imaging, j. Rosell*, R. Paiias. P 
Riu and P. Rolfe+, Div. Instrumentacion y 

08080 Barcelona. Spain, and Dep. of Biomed 
£i}S. and Med. Phys., Univ. of Keele. United 
Kingdom(+). 



In an impedance measurement system using N accessiblP 
poin^, the number of independent measure ^^^^^ 

Sm^thTt '^^^^ developed a 
system that increases the speed of data presentation 
by carrying out N-l simultaneous measurement 
It consists of analog measurement circuitry controlled 
by a microprocessor card communicated to a personal 
computer via an IEEE.488 bus. The PC is in change of 
data processing, and image presentation. 

Sds'^Tn/i'^"'^ ^'"'"'^'^ ^^^"^ which 
feeds a D/A convertor and is successively applied to 
different electrode pairs using a conmutation siage. 
15 voltages are simultaneously measured by amplifica- 
sl-nL' A/?"'"' demodulation and then digitized by a 
^liiv ^, . convertor. Digital signals are then opti- 
cally coupled to the following stages! 



BE12-a.l 

^APPLICATION OF BIOMEDICAL GNGINEERING 
TO SKIN MANAGEMENT, E. Flam, Ph.D.*, 
NTL Associates, Inc., 29 Ainswortli 
Avenue, East Brunswick, NJ 03816 

In an earlier study the importance of 
aeration to the proper management of 
the skin in prevention of decubitus 
ulcers vvas discussed. 
This current paper presents further 
research into the factors that 
contribute to the health of the skin. 
When skin is subjected to adverse 
environmental conditions, it 
experiences changes in its physical 
properties. Exposure to mechanical 
aggravations compounds the problem, 
and when internal factors, such as 
disease states are added, the combined 
result IS significant downgrading of 
the skin's integrity and ability to 
protect. These contributing factors 
have been analyzed. A technique for 
developing a weighted equation of 
their effects is presented to help 
the biomedical engineer select the 
most suitable ranking and arrangement 
of conditions for a particular 
patient. 
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BE12-a.2 

A pocket-sized c3omputer as electronic memo-book 
for patients. H. Hutten and J. Bergeler, 
Johannes Gutenberg-Universitat, D-6500 Mainz 

Many patients have to keep memo-books in order 
to supply the doctor with diagnostically and 
therapeutically relevant data. Typical examples 
are diabetics (blood glucose, insulin injecticMi, 
food, hypoglycemia, other events) and pain pa- 
tients (center of pain, extent of pain region, 
degree of pain, pain expression, applied drug 
etc.). A special pocket-sized computer was de- 
veloped that meets all requirements for an elec- 
troiic memo-book. It conti^ins a 8-bit CPU, a 64- 
kByte EPROM (program), a 32-kByte RAM (system 
software), a 32-kByte EEPROM (data), a quartz- 
controlled clock, and a V24-interface. The sys- 
tem is battery powered (6 months with usual 
employment) and an additional buffer battery for 
the protection of program and data. It is oper- 
ated by 14 keys (0-9, Y/N, decimal point, ON). 
Ihe user program is arranged as sequential menue 
with branches. The user is asked by the system 
via a display (2 lines, 20 characters each). All 
answers are displayed and can be outputted via 
the interface on a monitor or printer. 



BE12-a.3 

INNOVATIONS FOR IMPROVED HEALTH CARE 

T.G. Krishna Murthy* and Swamy Lakshminarayan 

Bangalore, India 

Recent advancements in Science^ Technology^ 
engineering and medicine coupa^ed with the 
emergence of interdisciplinary fields and 
closer interaction ana Co-oraination have 
led to the development and clinical 
utilisation of a number of battery 
operated therapeutic appliances and 
devices. an An integrated theraptotic 
approach which has the tinal target 
of providing patient relief at moderate 
costs prx)vides a challenging opportunity 
to the present decade of engineers/ 
scientists and technologist to evolve new 
techniques in close interaction with 
medical specialists. iNTearly 10 per cent 
of the population of most nations are 
handicapped due to one reason or the other. 
Rehabilitation engineers have a really 
important and vital technosocial role to 
play, (ireater challenge lies in 
innovating adaptive techniques depending 
on the socioeconomic conditions and the 
actual needs. The coming aecade may 
witness the attainments of targets which 
can lead to the goal of HEAI/TH FOR ALL 
BY 2000 A.D. 



Instruments for a New Direction in Surgery. 
O.Wickham, R.Miller, M.Coptcoat, K.Ison*, T.Mills 
and P.Swain, Department of Minimally Invasive 
Surgery, Institute of Urology, London WC2H 83E, 
England. 

The future of surgery is clear. Patients want 
treatments to be less painful and mutilating, 
while administrators want patients to recover 
more quickly and cost less to service. Surgical 
procedures are under pressure to become less 
invasive. Less cutting means faster healing and 
opens up the prospect of using more local or 
minimal anaesthetic regimes. The challenge to 
scientists and engineers is to develop 
instruments which promote minimally invasive 
surgery. . 

Endoscopic techniques are employed for diagnosis 
and intervention in an increasing number of 
medical specialities. We review these areas of 
application, with particular emphasis on surgical 
techniques and associated instrumentation. We 
describe novel endoscopic sewing, stapling and 
cutting machines developed locally. We also 
comment on additional devices which will foster 
the applications of endoscopic surgery and pave 
the way for the formation of a new surgical 
grouping. 



BE12-a.5 

Endoscopic Liquidiser and Surgical Aspirator. 
K.Ison*, M.Coptcoat and D.Wickham, Institute of 
Urology, London WC2H 83E, England. 

Surgical techniques are becoming less invasive 
and new instruments are being developed to 
support this trend. A need is emerging for a 
device which can remove appreciable quantities 
of tissue quickly through a small diameter, for 
example in endoscopic prostatectomy. We report 
the development of a machine to do this. 
The device cuts and liquidises tissue for 
removal by suction through an endoscope or 
laparoscope. Its detailed design will be 
described. An experimental system has been 
constructed to look at the effects of cutter 
design on the mechanisms controlling the removal 
rates of different tissues. These rates are 
comparable with those achieved using diathermy 
during in vitro and in vivo trans-urethral 
prostatectomy (>10 g/min), but are faster in 
model laparoscopic procedures (>30 g/min). 
When used on soft tissue in patients, aspirated 
particles vary from micrometres to millimetres 
in size. Size distributions depend on cutter and 
tissue type. The device has also been used to 
fragment calculi. Progress with the device will 
be reviewed and its applications discussed. The 
feasibility of using the machine under robotic 
control is being studied and results from this 
^ ^s^sment will be presented. 



ERLC 



19J8 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



317 



Biomedical Engineering Scientific Papers 



BE12-a.6 

Evaluation of Portable Insulin Infusion Pumps, 
U. BostrSm*, B. Bouligand and I. Strt)m, 
Cluucal Engineering Department, University 
Hospital of Linkdping, S-581 85 Linkoping, 
Sweden. 

Portable insulin infusion pumps have been used in Sweden 
smce 1981. They are now used by about 300 patients. A 
prognosis has shown that in 1988 there should be about 30 
UUU ponable insulin infusion pumps in use ail over the 
world. Several designs are represented on the market. More 
and more sophisticated programmable pumps arc 
mfroduced. There is a need for technical assessment of 
safety and reliability before the hospital decision of 
purchase. 

The basic technical principles of poitable insulin infusion 
pumps have been studied and the technical safety problems 
have been analyzed. Advantages, disadvantages and 
maintenance problems for five different types of pumps 
have been analyzed through testing, interviews with 
physicians and studies of literature. 
A test method suitable for clinical engineering departments 
wiU be presented. The possibilities to make safety controls 
and to maintam the pumps will be discussed. 



BE12-a.7 

Image Processing of Foot Pressures for 
Assessment of Leprosy, i. Sailaja, 

PatU* , C. Eswaran and K. S. Rao, 
Bicmedical Engineering Division, I. I. t, 
Madras -600036, India • J- i/ 

TilJ^'^t °^ ^f^^ " obtained by breakdavn 
^fi^f^ internal reflection of light on a device 
S^^^^^P^- intensities in the image are 
related to the pressures under the feet of a subi- 
ectstanding on the barograph, ihe scheme of image 
processing adopted after digitizing the iniage, fir 
noise supEjression and edge detection is hiqhlv 
canputationally effective to be useful in process- 
^J!^ ?^ Segmentation aids in edge 

detection obv^ting the necessity of using conplex 
thinning and connectivity algorithms, ihe processed 
inage gives (i) centres of pressures of both feet, 
^?Hn f .r*^ individually, useful in the determina- 
tion of the side to vihidh the subject is leaning, 

disLtSfn^^ 5^^^ ^ Pi^"^ °f the 

distribution of pressures under the feet and 

(111) pressure under specific areas of interest. 

Analysis of the above parameters shows that the 

leprosy subjects develop high peak and average 

iressures in specif ic areas on the deformed and 

insensitive foot. 



BE12-a.8 

Scudy of Bcxiy Movements of AlEheimer Disease and 
Schizophrsnic Patients Using Uncautrained Measureji^?nt. 
T.FujirotoM.Toyos:iinia.T.Tsuji and T.TogawaJnst. for 
Med. 1 n^i. Engng., Mno Med. & Ifen. lhiv.,2-3-i0, 
KandasUTugadai Chiyodaku Tokyo, Japan 101 

The close r-lation.'jhip betmn body movesjents and lental stato 
is well knojm especially in njental d sorder where t\e < hiracte- 
ristic ahnorflalities of jaoveinent arc observed. We jieasured these 
bxiy Doveinents using an acceleration sensor without constraints. 
Hie continuous accelerations of vraist. right wrist and am;le alo 
ng with an electrocard; t^-m were MEultaneouly measured and r- 
ecorded by a casette data recorder. After processing the signals, 
the aaiplitude and frequen.. of the accelerations were plotted 
on the graph, and quantitative changes, coherent relations and w- 
ave patten were studied. The d^angos in the quantities of iDove- 
Bent Koll reflected the oental state of the paUent.Tha grajrfis 
for Alzheimer disease shr^wed simple and sporadic changes in the 
^^vemen^s. Those o* the schizophrenic showed sporadic, repetetive 
and stereotypic pattems.This device is aseful in iDe<isurinj the 
soveaient of the.patient^which^lvslps^to.analyze^he-differii'B- 
ental states of the psychiatric patient. 



BE12-a.9 

Model DTZ-1 Medinal Electronic 
Syringes, Li Ming Liang* He Yi 
Xia and Tian Aninin* No. 409 Hos- 
pital, the Ministry of Electro- 
nic Industry, Shaanxi, Boa ji, China 

The Medical Electronic Syringes resolve the 
problem of manually delivering drugs in in- 
travenous injection for the nursing staff 
and make the intravenous injection into the 
process of the electronic instrument, dosage 
and meanwhile, make the speed of the intra- 
venous injection adjustable, in addition, 
reduce the nurses* labour tensity. The 
syringes have widely range preset timer so 
that the cardiotonic glucoside, calcium and 
other injection, etc. which need to be in- 
jected invein slowly in clinical treatment, 
can be injected even move scientifically. 
The medical elecronic syringes are also able 
to be used for delivering drugs quioky, tra- 
nsfusing brood and keeping the infusion pipe 
a long time for the palients who are ill se- 
riously. The widely ranged preset timer .'or 
the in^ravenou.« injection has great autonomy 
in hospital or at home and makes the intra- 
venous injection move adaptable specifica 
tions. 

1 Suitable range jpor injection: fo/? various. 

drugs by syringes in 50mL and lOOmL 
maximum pushing force 500g. 
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BE12-Q.10 

Model Zj-1 Steem Curing Device, 
Li Ming Liang* and Tian Anming, No. 
409 Hospital, the Ministry of Ele- 
ctronic Industry, Shaanxi, Boaji, 
China 



1 • Temperature measuring accuracy 

(35^0 55°C) i 1°C . 

2# Temperature controlling accuracy 

(35°C — 55°C) i 1°C . 

Cover insulation resistance lOOOM 
4. Power comsumption 

heating condition 300W. 



BE12-a.ll 

BEATE - A new System for Testing the 
Function of Hospital Ventilators 

U.Boenick* 

Up until now, no integrated measuring 
system has been available for 
determining the ventilation 
parameters volume, volume-flow and 
ventilation pressure, as also the 
gas-specific variables oxygen 
content, temperature and humidity. In 
order to overcome this deficiency, 
the Institute for Biomedical 
Engineering at the Technical 
University, Berlin has developed a 
portable lung simulator with an 
integrated tester, known by the name 
of BEATE. Now, for the first time, a 
test system that permits the igpid 
and simple determination of all the 
ventilation parameters relevant to 
safety, can now take its place 
along'iide the systems already long 
available for the testing of 
electrical safety in accordance with 
VDE 0750. 



This device is used for curing common cold, 
influenza as well as allergic rhinitis. 
The cure efficiency comes up to 88. 95^. This 
device is superior to the other similar de- 
vice in heating without two times. The tem- 
perature of the outlet is controlled between 

40°C — 60°C. The device is possesed of the 
simple structure, low cost, low power consu- 
mption and perfect fuctions, so it is very 
ecnomical, practical and conventient. The 
curativa effect for curing common cold is 
quick and no side effects. Specifications 



heat preservation condition 170W 
5. Power voltage 220V+ IO5S. 



BE12-a.l2 

Technical study on the Efficiency of Heat and 
Moisture Exchangers (HME). 
P.M. Schroeder, U. Frucht, C. Ullrich, 
U.Boenick* and W.Konig 

In order to humidify inhaled gases in 
anaesthesia and intensive care disposable Heat 
and Moisture Exchangers (HME) have been 
introduced. 

A new experimental set up was developed to 
investigate the efficiency of HME's. Nine 
commercially available HME s were measured. To 
prevent harm to the patient, the relative 
humidity of inhaled air should be at least 7o 55. 
Only 4 of the 9 HME's tested fulfilled this 
condition. With respect to the requirements for 
minmal dead space and an optimal moistening 
effect, only one of the HME's met the goals. 
HME's might be an alternative to traditional 
ways of humidifying inhaled gases. 
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BE12-a.l3 

OUTPUT PRESSURE WAVEFORM EVALUATION OF IV 
INFUSION PUMPS 

£. Amori^i Servizio Fisica Sanitaria e 
Bioen^* Parma* Italy 

The h i gn degree of accuracy and safety rea 
ched by the recent intra-venous infusion 
pumos, has led to a widespread adoption of 
these systems in almost every field of me- 
dicine , espec i a M y where long term and pre- 
cise pharmacological treatments are needed. 
Different techniques in delivering the flu- 
id into the venous system are currently 
available (revolving ro I I er , I i near peristal 
t i c , vo 1 umet r i c ) . 

The aim of this investigation is to calcu- 
late and measure the transient component 
of the output pressure waveform exerted in 
the differ en t types of punp s t es t ed .Fur- 
thermore, the influence of the stroke volu 
me infused in each pumping cycle on the 
hidraulic venous impedance, i.e. resistance 
and compi iance, i s demonstrated. Results 
show that pressure transient component dif- 
fer significantly from the volumetric or 
roller system to the linear peristaltic in 
which the infusi.on seems to be much smoo- 
ther. This fact reflected at the input si- 
te of the venous system implies a diffftnsnt 
stress and hence a minor possibility of in- 

30, flammations or thrombosis. 
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BE12-a.l4 

A Simple Exerciser for Nickle Cadmium 
Batteries in Medical Equipment, 

K.O* Brien,M. A.Chaudhri* , Austin Hospital, 
Melbourne, Australia 



The inability of medical equipment to 
exorcise NiCd batteries to maintain peak 
performance and good service life, has 
meant costly replacement of the 
batteries. In order to lower the wastage 
and a^'oid the tying up of a large amount 
of laboratory equipment to cater for the 
different capacity batteries, we designed 
and constructed our own simple exercising 
system. 

It was designed using the standard 
Eurocard with a DIN 41612 connector, and 
six exercising modules are housed in a 
single BOPLA Combicard case. Each module 
allows selection of any three constant 
current charge rates to suit the 
particular battery and the battery is 
simply connected, the module reset, and 
automatic cycling will then take place. 
The "exerciser" will firstly constant- 
current-discharge the battery to the 
minimum recommended voltage and then 
constant-current-charge for the 

recommended time. it will then repeat 
the cycle twice. 



BE12-a.l5 

Reuse of Indeflators, J . Hagekyr iakou , 
M.A.Chaudhri*, Austin Hospital, 

Mel bourne, Australia 

During coronary angioplasty, and some 
other interventional radiological 

procedures involving the use of a balloon 
catheter, an instrument is used to both 
inflate and measure the inflated 
pressure. Sterilization and re-use of 
such an -indeflator- had originally 
proved impossible, due to the fact that 
the contrast/saline solution used in the 
indeflator reacts with the brass 
component of the pressure gauge, 
resulting in the production of a salt 
which accumulates within the gauge and 
syringe. We have devised a method of 
successfully removing this salt from the 
indeflator prior to sterilization. 
The process involves dismantling ^he 
gauge/syringe assembly, washing out the 
gauge several times and then freeze- 
drying it. This removes the salt and 
water which is trapped within the gauge. 
The gauge and syringe are then re- 
assembled and sent for e thy lene-ox ide 
sterilisation . 

The gauges may be used virtually 
indefinitely provided they are not 
damaged whilst in use. 



BE12-a.l6 

A Patient Monitoring System in the 
Operating Rooms, Toyoki Kugimiya*, 
M. Tsuzuki, K. Nuroata, Surgical Center, 
The Department of Anesthesiology, 
university of Tokyo Hospital, 7-3-1, 
Hongo, Bunkyo-ku, Tokyo, 113, Japan 

A sophisticated patient monitoring system 
during anesthesia is indispensable not 
only for high risk patients, but for com- 
plicated surgical procedures, such as 
open heart surgery and extensive surgery 
for malignancies. To build up a system 
which is suitable for a particular insti- 
tution requires a careful planning based 
upon the needs arising from its clinical 
activities . 

In our new operating theater, which start- 
ed to function at the beginning of this 
year, a system which was designed to meet 
most demanding clinical situations was 
installed. The system includes cardio- 
vascular and respiratory monitoring 
systems and other parameter mo.iitoring . 
Close cooperation between clinicians ( 
mainly anesthesiologists) and clinical 
engineers was found to be essential for 
the proper and efficient management of 
the system for the patients* benefit. 



BE12-a.l7 

Column-Minireactor-Based Enzyme 
Analyzers of Metabolites, A.Simon- 
lan*, Ts.Avakian, Yerevan Physics 
Institute, Armenia, USSR. 

Enzyme analyzers based on column minire- 
actors have some advantages against en- 
zyme electrodes. They allow to solve ana- 
lytical problems in microbiological indu- 
stry and medicine on determination of or- 
ganic substances in multicomponent solu- 
tions. The use of such systems allows to 
control and manipulate biotechnological 
processes and simplify the analytical 
procedures in clinics. A wider as compar- 
ed to enzyme electrodes range of determi- 
nation of concentrations, a shorter time 
of contact of reaction products with the 
enzyme, little influence of processes of 
the substrate and the reaction product 
mass transfer are to be referred to the 
advantages of flow-through systems. We 
have constructed a flow-through enzyme 
analyzer providing for a highly specific 
determination of lysine concentration in 
the culture fluid ^ of glucose and uric 
acid in the blood serum or urine. The 
range of determination of concentrations 
for lysine is 5.5-55mM, for glucose - 0.3- 
16.6mM, for uric acid - 0.06-6mM. 
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BE12-a.l8 

HYPERALWIINEMIA OP PATIENTS WITH NEPHROPA- 
THY, Y.P.Chiang; T.B..Lan, Dept. of Nephrol. 
Wuhan General Hospital P. R. China 

This paper reports the results Of measureme- 
nt of 182 serum samples of 142 patients(pits) 
with nephropathy, 116 cases of hyperalumine- 
mia(HA) were found by atomic absorption spe- 
ctrophotometry (40. 14^ of pits were ill with 
glomerular disorders(GD) , 41. 55"^ of pits we- 
re tubular interstitial disorders(TID) ).0f 
which 32.391 of pits were of normal renal fu 
nction(OTF), and 49. 3*^ — chronic renal failu- 
re(CRF).S.T of normal controls were 0.63+0.0 
0 mol/L, S.^ of cases with GD and TID were 
.42+2.16 am 4 #48+2. 59 umol/L respect iyely 
P>0.05). BefC"^3 \Yd after administration of 
AL(0H)^,3*T Of controls showed ri^nificant 
changeto. 4^+0. 613 P>o.o5)f while the \}T±ne 
AL was very signif icanfly elevated (0.725+i. 43 
and2.85+2.04umol/L P"O.Ol).C.r of NRF wa- 
3*fJ'55+2.404 and of CRF was ^•*42+2.';47umol/L 
(P*'o.o1 ). After hemodialysis and Continuous 
Ambulatory Peritoneal Dialysis, the S^r le- 
vels were significantly increased, bat' sin— 
>)if leant ly decreased after Gastrointestinal 
clialysis. 

Symptoms of HA maj* .y wereranemia, muscular 
and bony pains, e*»cephaXopathy. 
The ^'olato'i facto^-s and mechanisms of !:A we* 
re briefly iiscussed. 



BEa2-a.i9 

viewing and Evaluating Device for Stereoradiographs 
J. Barsai*^ B. Heiner, and T. Illes, Kedicor Train- 
ing Centre^ P.O.B. 150, H-1389 Budapest 62, Hungary 

The device of our design and manufactured by the 
Hungarian Optical Works/MOM/ is for the simple and 
prompt evaluation of stereoradiograph pairs. Our 
idea in designing the device was to relieve the 
radiologist from calculations. Our solution by 
mechanical means actually makes use of a hyperbolic 
function of four variables. The equation is 
top.f:bfp, where t is the distance between the 
point under examination and the basic plane, p is 
the stereoscopic parallax, b is the distance be- 
tween the focal points, f is the SID/source-image 
distance/. The pair of stereoradiographs viewed 
in the device through a binocular eyepiece give the 
viewer a stereoscopic effect. The problem is to 
determine the distance of the point under examina- 
tion to the basic plane. The device solves this 
problem fully. All points can be localized in 2-3 
mm accuracy. The device can be handled also by 
persons having no faculty of stereoscopic vision. 



BEa2-a.20 

Application and Field Trials of 
Videophone in Health Care, P.Kaitila*, 
Vistacom Industries Inc», Kipparin- 
katu 2, SF-02320 Espoo, Finland 



Applicability of a videophone with motion 
picture was studied in different areas 
of health care* Three field trials were 
carried out: a communication link between 
a long term patient in a hospital and her 
family, a consulting link between a health 
care station and the emergency clinic of 
a hospital, and remote assistance of a 
handicapped person at home* People learned 
in a short time to operate the equipment* 
Videophone proved to be practical. X-ray 
images could be shown to specialists in 
the hospital. Dit.Cerent moves of arms and 
legs could al?o be shown. Teleconsul- 
tations mainly succeeded. According to 
results, the number of patients to be 
moved trom Health care station to hospital 
could be decreased. Videophone seemed to 
suit well in consulting major fractures 
of bones. Operational telemedicine service 
may be arranged, especially for areas with 
low population densities, when further 
development of certain technical features 
of videophone has been realised. 



BE12-a.21 

New algorithms to detect the anaerobic threshold 
noninvasively, P. Gizdulich*, P. Panuccio, L. 
Virol i, F. Cresci, Dept. Pis iopatologia Resp. , 
Universita \-50\3^ Firenze, ITALY 

During increasing muscle efforts, many ventilatory 
functions show a discontinuity which is related to 
the anerobic phase that replaces the aerobic state. 
The anaerobic threshold is usually evaluated by 
applying a 2-segment linear model for a clinical 
and diagnostical purpose. We analyzed the three 
most commonly used pairs of parameters: \fe in 
function of *02, VE versus VCO2, VCO2 versus VO2. 
The three functions have been studied during exer- 
cise with a cycl e-ergometer. In ten healthy sub- 
jects data were collected every 15s by using a com- 
puterized acquisition system, until the subjects 
were exhausted. For each function we split the 
N-data set in two series of data: the initial n and 
the subsequent N-n. Two linear regressions were 
computed for every possible n. In order to select 
the best value of n, two new algorithms have been 
proposed and compared to the least square error 
method, usually applied. Reliability of the 3 
algorithms was tested by the within subjects analy- 
sis of variance. VCOo in function of \f02 was docu- 
mented ^0 be unreliable. As for ife vs (f02 and Ve 
vs VC02f the new algorithms showed a greater repro- 
ducibility than the least square method. 



341 



ERIC 



1988 World Congress on Medical Physics and Biomedical Engineering * San Antonio, Texas 



321 



Biomedical Engineering Scientific Papers 



BEa2-a,22 

Ergonomic Analysis of Japanese PACS, R.HOSAKA* and 
E.TAKENAKA, Dept. of Radiology, National Defense 
Medical College, 3-2 Hamiki, Tokorozawa-shi, 
Saicama-ken, 359 JAPAN 



PACS( picture archiving and communication system ) 
is a useful equipment in a field of radiology. 
Japanese industries also develop same types of 
equipments. But, there are several problems in 
the Japanese PACS. One of them is a problem about 
its man-machine interface. Almost of Japanese 
PACS have a poor man-machine interface. It is 
constructed by a chLtacter key-board as a input 
device, and one or two high-resolution monochrome 
CRT as a output device. This type of interface 
is not useful to control the equipment. 
In this study, present interface system and new 
interface system are compared from view point of 
handling time length. Both systems are con- 
structed on a micro-computer like as a PACS 
control system. In a case of present type, a key- 
board and a monochrome CRT are used as interface 
devices. In the other case, a touch-screen and a 
RGB-CRT are used as interface devices. 
The result of experiments seems to indicate that 
the time length of new type is shorter than 
present type. The difference of both time length 
is approx. 10 [ Z ). 



BE12-a.23 

Applied Values of Rheooncephalogram 

( REG ) in Clinical Practice, Tian 

AnininJ Dept. Pharmacology, 3aoji Ke- 

dicfil and irureeo' School, Baoji, Sh- 

aamd, p,R« Chiim. 

1 • The %*aBo-headach0 may be classified acceding: 
to characteristics of REQ {S^om 930 patients ), 
i.e. HWHA ( the REO wave of hi^h amplitude jjRWLA 
(the REG wave of lev amplitude), 

2# The classifications of REQ in vaso-headache 
may guide to use medicines. The effective rate 
of the vasoconstrictor drug for 25O patients 
with RWHA was 96»7 ?5 and of the vasodilator drug 
for 50 patients with RWLA was 89.5 ^. 

3» The REG may keep watch on the state of cere- 
bral blood and arteriosclerosis. This date (from 
498 middle-old aged mental workers) show that 
the cerebral blood often is insufficient and th- 
at the cerebral arteriosclerotic index of REO is 
gradually increased to follow the increament cf 
ago. 



BE12-a.24 

A Hew Petient Record Sqatem Besed on a Laser 
Card J.H.U. Brovn? Ph D.. Umversity of Houoton. M 
Carlo? Yallhona, M.D Baylor College of Medicine, -ind H 
Kitasonono.CSKJokw 

A method he) been deviled of piecing 2 million bytea(70Ci 
pages of information) on a standard sized credit card so that a 
medical patient can carry the card vith him at all times, 
update it at each visit, and have it available durinq 
efner(jencies. Dimples are impressed in the card vith a 
millvaltt laser beam which also serves as the reading device. 
Write speeds are in excess of 2 0 kb/sec and read speeds are 
about 65 kb/sec. Any single datum can be located jn less than 
one second, vith an error rate of 10* ^ ' The information 
can be added to as (ktirtii and the information can be read 
vith an ordinary I8M^ p.c. vith no main frame needed. 
Xrays and Ecgs can be pieced on the card. The softvere on a 
floppy dfsk;is designed to present medical information In 
conventional format(8ocloeconomic data, drugs, operations, 
treatn^ent, prognosis, etc) vith the additional abilnty to add 
free text as desired. 

The system is under test at the Hams County Hospital 
District Clinics and at NASA. Evaluation of the system under 
test viH be presented. 



BE12-a.25 

Experimental Measurements for Assessing the 
Influence of Static Magnetic Fields on Pace 
makers. V, Barbaror P. Bartolini, M. Donni- 
nelli, D. lalongo, S. Margarita, Istituto 
Superiore di Sanita - Roma, Italy. 

Static magnetic fields can adversely affect the pa 
cemaker (PMK), switching it from the operative sta 
tus to a predefined test mode. This effect is ob- 
tained by means of the excitation of the reed re- 
lay built inside the PMK. It has been realized a 
system to produce a uniform static magnetic field 
in a 'oiume enough large to contain PMK. The cJ-cu 
l^r coil of the system has been excited by a cur- 
r ^t generator and the produced magnetic field 
strength has been continuously and slowiy changed. 
The PMK was put inside the solenoid and its opera- 
ting mode was monitored. When the test mode appea- 
red the field value was recorded. The measurements 
were repeated with the PMK positioned along the 
three orthogonal axes, for each PMK the minimum re 
corded field value (Bmin) has beeii taken in ac- 
count. 127 PMKs by 12 manufactures were tested. 
The Bmin ranged from 7.5 to 5^ Gauss with a mean 
value of 20.3 Gauss. These values can currently 
occur in some environments. 
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BE12-a.26 

jXYGEN ADVItiOR: A Computer System for 
oxygen Theiapeutics D. John Doyle* Ml) PhDj 
University of Toronto) Toronto* CANADA 

Interest in quantitatively assessing 
pulmonary function and predicting blood 
oxygen tension and saturation 

following changes in inspii ed oxyger» hafe 
existed since the advent of oxygen 
therapy. Potential advantages of such 
metliods would be to reduce the frequency 
of arterial punctures and to minimize 
tlie incidence of hypoxemia and oxygen 
toxicity. OXYGEN ADVISO'" is a small 
hand-held computer system which 1 ) 
computes a number of indices of 
pulmonary gas exchange and oxygen 
transport (eg> shunt fraction) arterial - 
alveolar oxygen tension ratio)) 2) 
predicts P02 changes following oxygen 
changes and 3) produces patient -specif ic 
oxy-liemogobin dissociation curves from 
patient temperature and arterial blood 
gas data. The computer hardware is based 
on a Sharp 1500 microcomputer with a 
four color graphics plotter. Its small 
size and ease of use makes it very 
practical for use in critical care 
environments. 



BE12-a.27 

Linear analysis o£ dynaiaic reoponse in heart rate 
to physical activity in daily life, Takeshi 
Toyoshima*, Tatuo Togawa and Takayuki Tsuji, Tokyo 
Medical and Dental University, 2-3-10 Kanda- 
Surugadai, Chiyoda-kUr Tokyo 101, Japan. 

In order to analyze the dynamic response of heart 
rate to physical activity including posture change 
under unconstrained daily life, a system for 
quantitative evaluation and simultaneous recording 
of these parameters was developed. In this system, 
the intensity of physical activity was evaluated 
by measurement of acceleration at the subject's 
waist and postures were discriminated as standing, 
sitting, stooping and lying, according to the 
inclinations of special angular switches attached 
at the thigh and the sternum of the subject. This 
recording system was applied to five healthy 
subjects. Then the dynamic response of heart rate 
to physical activity was analyzed applying linear 
system analysis, regarding heart rate as the 
output, and physical activity and posture change 
as the input of a linear system. 
The results showed that the heart rate did not 
only simply follow the intensity of the physical 
activity, but it also responded as a first-order 
linear system with a time constant of about 70 
min, and that the heart rate increased and 
decreased instantly with posture change by about 
11% both from sitting to standing and sitting to 
lying. 



BE12-a,28 

Computers and Safety - A Challenge for All 

G.R. Symonds* 
Bureau of Radiation and Medical Devices 
Department of National Health and Welfare 
Ottawa » Ontario » Canada KIA 0L2 

The integration of digital computers into medical 
diagnostic and therapy equipment has resulted in 
major advances in patient care. The pace of this 
development has been very rapid » with design 
emphasis placed on innovation and f u*Tictionality . 
That this process has not been without problems 
is evidenced by patient injuries and deaths^ with 
the resultivxg increase in attention by government 
regulators » standards organizations » professional 
organizations and the manufacturers themselves. 

The set of issues raised by these problems covers 
a wide range: the multidisciplinary nature of the 
design process^ user training and qualifications » 
the man/machine interface » and the applicability 
of safety engineering and quality assurance to 
both hardware and software. Even the concept of 
a "single fault" will require rethinking with 
regard to what constitutes a "component" m 
programmed systems using complex microcircuits. 

The current trend in government regulation and 
safety standards writing is one of international 
concensus. This» taken with the above » promises 
an interesting challenge for everyone involved. 



BE12-a.29 

A Digitized Recorder for Ambulatory ECG 
S.Hashiguchi , T.Mi tomi , Y. Kondo, Yamanashi 
University, Kofu, Japan, 

K.Tamura,and S.Komori, Yamanashi Medical 
Col 1 ege, Tamaho, Yamanashi , Japan. 

A digitized recorder for ambulatory ECG has been 
developed. It consists of an AD converter, a 
buffer memory, a magnetic recorder such as a 
portable VCR or DAT. 12-channel ECG signals, 
sampled at the rate of 250Hz, are converted to 
12bit data and temporarily stored in the buffer 
memory. When the buffer memory is fully occupied 
by the data, the data are read out at the rate 
of 198kbytes/s and recorded on a 8mm video tape 
or a digital audio tape as PCM data. ECG 
waveforms of 12 channels can be recorded for 31 
hours in a ^20-type magnetic tape. 
The reproduced waveformes were not distorted and 
no significant differences were noticed between 
the control signal and the reproduced signal. 
The fidelity of the reproduced waveforms is much 
better than the conventional (analog recording) 
ambulatory ECG recorders, and good enough to 
apply the myocardial ischemia analysis, where 
the reproducibility of the ST-portion of the 
waveform is of the most importance. 
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BE12«a.30 

Assessment of vascular reactivity by 
thenaal ^traiiment of heart rate, A. 
Lindqvist , J. Jalonen.P. Parviainen, 
Antila, !• Valimaki and L.A. Laitinen, 
Research Institute of Military Medicine, 
Helsinki and Cardiorespiratory Research 
Unit and Institute of Applied Mathe- 
matics, University of Turku, Finland. 

Sympathetic nervous system transmits 
thermoregulatory circulatory oscilla- 
tions. Oscillations of the blood pressure 
are controlled by the periodic heart rate 
variability. We studied the usefulness 
of thermal entrainment of heart rate 
variability to measure thermoregulatory 
nervous function by using a standar- 
dized water bath stimulator. Periodic 
thermal stimulation of legs was per- 
formed to 7 healthy control subjects 
between 0.01 and 0.10 Hz. Fast Fourier- 
transform power spectra of the systemic 
skin blood flow and heart rate signal 
were calculated. In the skin thermally 
induced response exceeded spontaneous 
oscillations (p=o.oi). Periodic heart 
rate variability could be entrained 
only occasionally (p=0.82). Sympathetic 
vascular reactivity can be measured 
from the skin blood flow but not from 
the heart rate variability. 



BE12-a.31 

R-C. Hermida* and F. Halberq. Univ. Santiaqo* 
Spain & Univ. Minnesota. USA. 

In order to disting ish newborns at low or high nsk 
of deveiopinq a h<qh blood pressure (BP) later in 
ine. 16 characteristics of time series on systolic, 
mean arterial and diastolic BP and heart rate (HR) 
monitored automaticallu at .5-hr intervals for 48 
hours, are here used for classification bu a so- 
called monotest. an all-subsets variable selection 
technique for biomedical discnminani analqsis. 
When the circaoian amplitude of diastolic BP and the 
30:^ ranqe ana standard deviation of HR were used 
coricomiiantiu as classifie'- for 62 newborns, mis 
D»'ocedure uielded a 838^ classification equivalent 
to prior criteria, the latter be:nq based on the 
Dresence er absence of a family histor-y of hiqh BP. 
as detemiined by questionnaire. The monotest 
complements rhythmcmetric procedures, used 
earlier to separate qrouDs ot newborns with or 
without a family history of high BP. and defines a 
set of individualised criteria for risk assessment 



BE12-a.32 

A study of Representation Method of Intrapartum 
Fetal ECG, Yano, s. P. Ninomija*, Aoyama Gakuin 
University, Tokyo, Idogawa, Seitoku Gakuen 
College for Women, Chiba, M. Tatsumura, Maeda, 
Tottori University, Tottori, Japan 

The condition of a fetal heart can be estimated 
from a fetal ECG* To diagnose intrapartum fetal 
distress at childbirth, it is important to make 
detailed variation records of fetal heart rates 
with a baseline by fetal EGG R wave. For the 
sake, it is necessary to detect the exact 
locations of the peaks of fetal R waves, we have 
developed a procedure to confirm the location of 
the peak of fetal EGG R wave from leaded fetal 
ECGs involving many noises or artifacts. 
The method to detect as follows : At first, we use 
which fetal ECGs digitalized at the rate of 400 
samples per second. Second, we compute a moving 
variance by using 32 points and finding a point 
that exceeds a criteria. Third, we compute a 
regression line by some movina interval of the 
point. Forth, we select the absolute maximum in 
the positive slope and the negative slope of the 
regression line. Fifth, we define the peak point 
of fetal R waves from the point of intersection of 
these regression lines. 

As the result, the location of the fetal R waves 
can be confirmed. Moreover, we have developed a 
method of representing the fluctuation of fetal R- 
R intervals. 

B44 



BE12-a.33 

Objective recognition of fetal 
behavior with computer analysis 
of fetal actogram^ K. Maeda*, N. 
Nagata,K.liakajlraa,M. Tatsumura, 
Tottori University School of 
Medicine, Yonago 683 Japan 

Fetal behavior Including Its active state, resting 
state and fetal breathing movement (FBM) Is usually 
analysed by human observation of real-time, B-mode 
screen. Further objective technique Is fetal acto- 
gram, which Is the recording of fetal movement(FM) 
signals obtained by analog processing of ultrasonic 
Doppler low frequency signals. Visual analysis of 
the record revealed clear recognition of fetal ac- 
tive and resting states. FBM was also recorded. 
As the FM Is expressed with spike signals. It was 
Introduced Itno AD converter and the digital data 
were analysed with PC98XA computer. Simple statls- 
tics of spike amplitude and Interval, frequency 
histograms of spike intervals, their 3-D number 
histograms in 10 rejection levels, and envelops of 
spikes were obtained. Noise level was estimated to 
be the lowest rejection level from amplitude sta- 
tistics and histogram. Fetal active state showed 
high amplitude and wide Interval distribution, fre- 
quent peak signals in 3-D histograms Ull high amp- 
litude, and frequent envelopes. Fetal resting state 
showed signal disappearance. FBM showed moderate 
but characteristic findings. The results showed 
objective and automatic recognition of fetal beha- 
vior . 
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Computer simulation of intrapartum 
fetal distress diagnosis without 
uterine contraction y K.Maeda* and 
A.Maklo, Tottorl University School 
of Medicine, Yonago 683 Japan 

Conventional diagnosis of fetal distress needed 2 
channel records of fetal heart rate (FHR) and 
uterine contraction (UC) . Because UC is maternal 
signal, the diagnosis only with fetal sign, FHR, 
is the purpose of this study. Fetal monitor output 
Including FHR and UC signals was analysed by the 2 
computer programs including UC parameter and with- 
out it in the same 65 patients who completed the 
vaginal delivery. Quantitative FHR parameters were 
our FHR score evaluated in 5min and fetal distress 
index (FDX) obtained in 15min» These were analysed 
with the programs. The results obtained with and 
without UC in 30min immediately before childbirth 
were compared to umbilical arterial blood (UA). 
FHR score and FDX showed clear correlation between 
the two analyses. Correlation between FKR para- 
meters and UA pH was better in FDI than FHR score. 
The cases who had 3 points or more of FDI showed 
significantly low UA pH. Sensitivity and speci- 
ficiety for the prediction of lower UA pH than 
7.25 were 86*4% and 88.6% in the cases who were 
analysed by the program with UC, and they were 
86.4% and 90.7% when UC signal was not used. 
The possibility of FHR diagnosis without uterine 
contraction will be expected from these results. 



BE12-R.1 

3-D Mapping oi the Body Surface and 
Epicardial Potentials, A. CalderonJ 
T. Aoki, N. Yamanoi and T. Furukawa, 
Institute of Medical Electronics, 
Faculty of Medicine, University of Tokyo, 
7-3-1 Hongo, Bunkyo-ku, Tokyo 113 

A system has been developed in which the 
human body surface potentials and the epicardial 
potentials are displayed in a 3-dimensional 
format using wire-frame models of the human 
torso and the heart. This work makes use of the 
tools of computer graphics to help the doctor in 
his understanding and evaluation of the cardiac 
potential distributions. 

To illustrate the applications of this 
system, several cases with abnormal EGG - right 
bundle branch block (RBBB), chronic myocardial 
infarction (OMI) , and left ventricular 
premature beat (LVPB) - are given as examples of 
deviations from a normal path; results obtained 
from the animal experiments are also presented. 

The increased realism and spatial 
resolution capabilities of the system, as 
compared to ordinary ECG and the 2-dimensional 
contour map alone, lead to a clear understanding 
and interpretation of the underlying electrical 
phenomena of the heart while making a diagnosis 
or presenting experimental results. 



BE12-R.2 

A Method for Decreasing Mapping EGG Electrodes 
viaWigner Distribution, ShiroUsui*, Sozo Iwata, 
NaohiroToda, Junji Toyama* and Kazuo Yamada"*"*, 
Toyohashi Univ. of Tech., Toyohashi 440, *Nago>a 
Univ., and *"1vfeitetsu Hosp., Nagoya 464 Japan. 

Body surface ECG mapping is known to be useful 
for diagnosis of heart diseases. However, it re- 
quires so many electrodes that causes problems in 
setting electrodes and recording the signals. To 
make it for daily clinical use, it is expected to 
decrease the number of electrodes. Lux et al. pro- 
posed a method for this by using correlation in- 
formation between the electrodes. However, the 
number of electrodes must be given beforehand and 
it requires tremendous computation time to get the 
transfer matrix. 

We propose here a new direct method utilizing 
the sampling theorem. We first apply theWigner 
distribution analysis for a given map to find the 
local spatial frequency distribution. Then by 
picking up the highest frequency at each electrode 
position for each maps in one whole beat, the 
local maximum-spatial -frequency-band map has been 
constructed. Applying the sampling theorem to this 
map, the electrode arrangement can then be given 
directly. For example, an equally spaced 91 chan- 
nel map, the number of electrode is enough to be 
in half. The proposed method requires less calcu- 
lation than Lux's method and gives a minimum num- 
ber of electrode and its arrangements. 
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INTERPRETATION OF BODY SURFACE POTENTIAL MAPS 
BY MYOELECTRICAL HODEL SIMULATION RESULTS 

Dan Adam* and Samuel Sideman 
The Department of Biomedical Engineering, 
Technion, Haifa 32000, Israel 

A model of the heart and torso is used to 
generate epicardial and body surface potentials from 
the myocardial electrical sources. The electrical 
sources are produced by the activation processes of 
the left and right ventricles which are simulated by 
a 3-dimensional finite-elements model. The heart 
model allows the description of the orientation of 
the myocardial fibers and their distributed 
velocities and refractory periods. A Purkinje 
network is also included. Point sources are defined 
on the surface which separates the activated areas 
from the non-activated areas. A human torso model 
is used for the calculation of the body surface 
potentials. These potentials are presented as 
standard E.C.G. , or as the more informative 
potential maps. The simulated maps have been used 
to aid the interpretation of clinically measured 
maps. Specifically, simulated activation patterns 
due to ischemia show an early, low amplitude peak in 
the maps during the early stages of the QR period. 
This phenomenon, which has not been found in normal 
maps, has been located in clinically measured maps. 
Thus, the simulated maps generated by the 
anisotropic model are useful in quantifying and 
extracting clinically important features from 
measured body surface potential maps. This 
represents a step towards the quantitative 
classification of the measured maps. 



Biomedical Engineering • San Antonio, Texas 325 



Biomedical Engineering Scientific Papers 



BE12-R.4 

Computer Simulation of Human's 
Cardiac Activation Sequence, 
Yang Jihai and Shen Penglin*, 
University of Science and Tech- 
nology of China, Hefei, Anhui, 
The People's Republic of China 

Based on anatomy data and bioelectric char- 
acter of the human heart, simulation of 
activation sequence is accomplished on a 
microcomputer. The heart is composed of 
5018 cell units (cuboid 5.12mmx2.26mmx 
2.22|imi). Three different kinds of cells has 
been considered: cells of atrium, ventricle 
and conduction system. The conduction spee- 
ds are assumed to be 50 cm/s, lOOcm/s and 
150cm/s accordingly. The excitation start- 
points in ventricles are chosen at foxir 
sites, corresponding to Durrer's experi- 
mental observations. The simulation resizlt 
is qualitatively similar to Durrer*s. 
Program possesses enough flexibilitz for 
any necessary changing in the simulation. 
Some abnormal excitation processes are 
simulated . 



BE12-R.5 

Computer Model of an Inhomogeneous 
Human Torso, Sui Wenquan and Shen 
Peng-lin*, University of Science and 
Technology of China, Hefei,Anhui, 
People's Republic of China 

Based on the atlas of sectional human 
torso anatomy, a three dimensional com- 
puter model of human torso including 
four cavities (LV ,RV ,LA,RA) of heart, 
two lobes of Ivng and body siArface and 
a three dimensional myocardial model 
are both introduced in this paper. The 
torso model dipicts the structures and 
appropriate proportion of the relative 
organs inside hiaman body, especially of 
the heart, with ,T,ore than 1 0,000 siArface 
triangles. The myocardial model, with 
4,632 elements including auscle of atria 
and ventricle will be used in the over- 
all sirr^ulation study of hvuuan cardiac 
electrical activities. Algorithms for the 
model construction, offering the flexi- 
bility for any change of the para»r.ct^rs 
of the models are given in detail •Mefctn- 
v/hile the validity of the n.odels for 
the piArpose of simid.ation research of 
electrocardiogram is discussed. Other 
possible applications of the models are 
searched either. 



BE12-R.6 

An Inverse Electrocardiographic 
Solution by Using Boundary Element 
Method, You-shan Yang;»«ei-xue Lu, 
Zh^jiang University, Hangzhou, P. k. China 

Based on the Laplace differential equa- 
tion and the realistic torso geometric mo- 
del, the Boundary Element i'Iathod(BEM) is 
programmed to compu.te the electrical ac- 
tive potentials of the human's heart du- 
ring the QRS period frore potentials mea- 
sured on the human's body surface. The 
group of X-CT tomographi3s containing the 
whole heart was used to build torso geo- 
metric model which is related to 3EM al- 
gorithm. The effect on the interface of 
the lung and the thoratic cavity is con- 
sidered in the algorithm. The body surface 
potentials ^re collected by the appratus 
called The Body Surface Potential Happing 
System. This appratus is consists of IBM- 
PC computer, sample&communication con- 
troler, multi-analog amplifier and elec- 
trode vest .The results support the possi- 
bility of using BExM algorithm ana rea- 
listic torso moHel to determine the po- 
tentials of the heart from tne body sur- 
face potentials. 
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BE12-R.7 

Recording and Analysis of Ven- 
tricular Late Potentials on the 
Body Surface. Shao Qingyu* Jiang 
Ping, Shao Janhua, Zhu Xinglei, 
Chen Kong. 



Ventricular late potentials (LPs) were 
recorded from the body surface in 105 
patients. 50^ of those with myocardial 
infarction and aneurism showed LPs. and 
13-16% of patients with PVCs or an- 
gina show^ed LPs. Spectrum analysis 
showed there was a peak bet^^een 70 
HZ and 1^0 KZ in frequency spectrum 
histogram of every patient with LPs. 
Two different bipolar precordial re- 
cordings were made ( Vif-v6,v4-v9) .The 
ECG signals was amplified, 50HZ trap- 
ped and high-pass filtered, 70HZ low- 
frequency cutoff Was chosen. The top 
of the R wave was used as a time re- 
ference. QRS template and QRS area 
algorithms were made to reject PVCs 
or fales QRSs. Averaging of more than 
150 beats LPs could be recorded. To 
eleminate ring effect bidirectional 
digital filtering was made. After da- 
ta processing 12 parameters could be 
gotten for analysis. 
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The Application of the Kharhunen-Loeve Transform to 
Temporal Sequences of Spatial EEG Images, M. Lazar, Z. 

Koles*, Department of Applied Sciences in Medicine, 
University of Alberta, Edmonton Alberta, Canada, T6G 2G3 

The Kharhunen-Loeve transform (KLT) is a useful technique 
in analyzing the underlying structure in a set of multivariate 
data. The transform, when applied to image sequences, yields 
a set of orthonormal basis images and a set of coefficients 
such that the mean squared error in rcconslructing the image 
sequence with fewer than the optimal number of basis images 
is a nunimum. From the coefficient sequence related to each 
basis image the normalized power represented by each basis 
image may be computed. The basis images once created may 
also be used to examine other image sequences- by projecting 
the ne.w data onto the basis functions and measuring the 
normalized power values. 

The KLT has been applied to sequences of images 
representing the spatial activity of the EEG from healthy 
volunteer subjects, where a 31 electrode montage has been 
used to spatially sample the scalp voltage distribution with a 
temporal sampling rate of 120cps. Applying the KLT to up to 
2400 images (20s of data) indic?tes that typically 5 (out of 
31) basis images and the respective coefficients are required 
to represent over 90% of the variant s in the original images 
with an average reconstruction correlation between the 
original and reconstructed .mages of over 0.85. Moreover, 
images from the same individual in the same cognitive slate 
not used in creating the basis images could be projected onto 
the basis functions with similar results, indicating the indeed 
the basis images represent common scalp voltage 
distributions. 



BE12-S.2 

Spectral Analysis of BEG'-A 
Hartley Approach, p.s. Ravindra* 
and Rajesh Prabhakaran, Regional 
Engineering College - Trichy, 
India • 

Non-invasive techniques for the recording and 
analysis of electrical phenomena of the brain 
using ELECTROENCEPHALOGRAPH have gained large 
importance. The EEG waves recorded from the 
scalp vary in frequency and amplitude. Some 
of the most important inferences from these 
recordings may be drawn from their spectra. 
A manual inference is prone to biasing towa* 
rds most prominent components and being obli- 
vious of other components that may carry sub- 
stantial information. Spectrum Analy/i^rs 
using FFT have been developed. 

A system that solves the same problem 
using HARTLEY TRANSFORM may be used to obtain 
the COiMPRESSED SPECTRAL ARRAY of the spectra. 
The use of this transform decreases the analysis 
time drastically, compared to conventional 
spectrum analysers. This feature will expedite 
the analysis of EEG recordings where amount of 
data is very large. The mathematical basis to 
justify the use of this transform is given. A 
system which incorporates a FAST HARTLEY TRANS- 
FORM PROCESSOR has been designed. It is a real 
time microprocessor based syscem. 



BE12-S.3 

A Quantitative Analysis of the Amplitude Modu- 
lation in the Spindle Frequency Hand of Sleep 
EEG in Elderly Subjects. 

U. Barcaro, E. Bonanni, F. Denoth, L. Murri, 
C. Navona, A. Starita'*^and A. Stefanini, Pisa, 
Italy 

The amplitude modulation of the 12.5-14.5 Hz 
band activity of sleep EEG was studied by the 
computation of three parameters: the modula- 
tion index (A)» the root-mean-square frequency 
of the modulation (B) and the root-mean-square 
frequency of the first derivative of the modu- 
lation (C). An investigation carried out on 6 
elderly subjects showed that: a) for 5 out of 
them, the mean values of each of the three 
parameters were able to discriminate between 
NREM and REM sleep; b) no significant shift 
was fout ^ between the elderly group and a 
Control young group, for both the REM and NREM 
mean values of each of the parameters. 



BE12-S.4 

Nonlinear Alpha Wave Response under the Feedback 
Control of Weak Fields, Zhong Jicun*, P.O. Box 
422, Zhejiang University, Hangzhou, P.R. Oiina 

A general structur*^ of an adaptive control system 
asing MEFP is given. By this control, a synergetic 
system can avolve into a more highly ordered state. 
We apply the theory to the induction of high level 
Alpha waves of human EEG. To rhis end, a micropro- 
cessor based real-time feedback control system was 
built. 

Fifty seven subjects were tested and 86% showed an 
obvious augment of their Alphp activities during 
feedback. 

Three features of the Alpha wave response have been 
found: 1) Bi feedback will be effective only v;hen 
the subject is quiescent, relaxing and eye- closed, 
adn the response can be easily inhibited by any 
arousal. 2) Only when the feedback signal is with- 
in a 'Vindow" of optimal parameters can the Alpha 
waves be mostly activated. 3) Unusual subjective 
feelings of relaxing were found in subjects with 
good response. 
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BE12-S.5 

ILns "^1 ^"^ Sensory Motor Rhythms 

(SMR) {11-15 Hz) as EEG State Variables, CO. 
Turbes* and G.T, Schneider, Creighton University. 
Omaha, NE 68178, ^ 

There is evid-nce that certain brain rhythms 

may signal the occurrence of different brain 

states • Support for this hypothesis may be 

provided by evidence that processing of information 

IS changed during different brain states* 

The prestimulus period proceeding the auditory 

evoked potential (AER) is converted to a power 

spectral estimate* These power spectra are 

used to sort for the AER when certain power 

values for the {36-42 Hz) and the (11-15 Hz) 

frequencies are reached in the prestimulus 

period of the sensory motor cortex (11-15 

Hz) and the amygdala (36-42 Hz). Attempts 

are made to measure the performance of the 

40 Hz and SMR estimators* This relates to 

the spread of their probability density functions 

over a given data sampled. The measure of 

this spread is the variance of these estimators. 

These studies are made in the cerebral cortical 

and subcortical brain regions in cats. Cross 

correlation, coherence and phase spectral 

methods are used to examine the interaction 

of certain brain regions. 



BE12-S.6 

The Stat-e Analysing Method for EEG, Luo Jian*, 
Zheng Qingliang, mst. of Elec. Eng., Conqing 
Unxversity, Chongqing, China, District People's 
Hospital of Shapingha, Congqing, china. 

EEG signal directly reflect the varying process of 
the cerebral mental and physiological state, so the 
nonstationary character of EEG signal is closely 
relative to the varying process of the cerebral 
state. During a relatively stable cerebral state 
EEG signal displays on approximate stationary sig- 
nal segment, while the varying of the cerebral 
state occur EEG signal becomes a nonstationary sig- 
nal, and the nonstationary degree is closely rela- 
tive to the varying degree of the cerebral state. 
By means of the anlysis of the adaptive stationary 
segmentation and further processing in every sta- 
tionary segment, we obtain a method which can dis- 
play the varying process of cerebral state, called 
state analysing method for EEG signal can apply to 
clinic and neurophysiological research, or to 
thinking science and psychometry. For example 
while object's internal factor and external factor 
IS specified, the varying process of h'.z cerebral 
state will appear with regularity, by which we can 
distinguish abnormal from normal. 



BE12-S.7 

An Application of Event Related Brain 
Potentials (eRP) for Testing the Ability to 
Recognize Dot Patterns, H.Goto* and T.Adachi, 
Tokyo Metropolitan Police Hospital, Tokyo 102, 
and T.Utsunomiya, Science University of Tokyo! 
Noda 278, 

ERPs were investigated during judgement of match- 
mismatch of two successive dot patterns. A given 
trial comprised, sequentially, a s/ariable number 
(2 to 4) of random dot displays (RDD) , a first 5- 
dot-pattern (5DP) , a variable number (2 to 4) of 
HDDs, a second 5DP, then two RDDs. Each RDD or 5DP 
was 20 ms in duration. A RDD or 5DP was presented 
in a trial at a rate of one every one second. 144 
trials were presented in random space and sequence. 
The 2nd 5DP was identical to, or mirror-image of, 
or neutral (neither identical nor mirror-image) to 
the 1st 5DP. 5 normal subjects were told m advance 
to press the pertinent switch as fast as possible 
after each trial to signify whether the 2nd 5DP was 
identical to, or mirror-image of, or neutral to the 
1st 5DP. EEGs in parietal and temporal leads were 
averaged by a microprocessor. In examinations of e- 
voked potentials to the 2nd 5DPs,P650 was observed. 
The peak latency of P650 to mirror-image was signi- 
ficantly larger than that of P650 to identical and 
neutral 5DP. These results suggest that it takes a 
longer time to recognize mirror-image than to judge 
identical and neutral patterns, and that ERPs can 
be useful for testing the ability to recognize dot 
patterns. 



BE12-S.8 

Criterion for Using Adaptive Filter to Improve the 

Signal to Noise Ratio of Averaged Evoked Response 

Miriam Furst,* Department of Electronic Systems. Faculty of 
Engineering. Tel Aviv University, Tel Aviv, Israel 

The amplitude of Brain Evoked Responses (BER) varies from 
tenths of a microvolt to tenth of microvolts and is embedded 
in the ongoing electroencephalogram (EEG). This response is 
usually obtained by averaging hundreds to thousands of 
repeated recordings following an identical stimulus The 
average (ABER) is tiie best estimate for BER when the noise 
IS random of a zero mean. If BER and tiie noise (EEG) have 
different spectnims then it is possible to reduce tiie signal to 
noise ratio of ABER. Several attempts were done to improve 
ABER by using a Wiener filter whose parameters were 
obtained from the averaged response. In many cases tiiis 
process did not improve tiie signal to noise ratio. We suggest 
to apply an optimum adaptive linear time-invariant filter on 
ABER which yields OBER. The optimal filter impulse 
A^^^ ^^"^ •■•'^ni] is derived while assuming that 
ABER IS tiie expected BER. and m is tiie filter's order. Let 
define tiie mean square errors of ABER and OBER as a* and 
respectively, it will be shown that if tiie noise is stationary 
and ergodic tiien a} « aj Zhf. It is tiierefore clear tiiat the 
signal to noise ratio of ABElfcan be improved by applying 
tiie suggested adaptive filter only if ^h?<l. * 
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REAL-TIME DETECTION OF EEG ARTIFACTS 

C« Munoz Gamboa* and £• Saldivar 
Univ* Autonona Metropolitana - Iztapalapa 
09340 Mexico D.F,, MEXICO 

A new algorithm for real-time detection of EEG 
artifacts is presented • The algorithm was 
developed through a new clasif ication of EEG 
artifacts in three groups: 

1* Frequency distinguishable artifacts, like 
muscular movements* 

2* Artifacts due to the acquisition technique, 
such as ECG reception* 

3* Artifacts having frequency components in the 
EEG band, and appearing in spatial patterns* 
In this group are: loose electrodes, false 
contacts, ocular movements, and blinking* 

Artifacts belonging to the third group are the 
most interesting because they appear in most EEG 
recordings* The others are rejected by digital 
filtering or by means of a good acquisition 
technique* 

The algorithm is based upon the processing of 
three parameters: amplitude and time thresholds, 
and the spatial patterns of the events* These 
parameters, obtained and processed in real time, 
are enough to detect every artifact occurrence 
from group three* Further processing, also in 
real time, permits the total recognition of this 
type of artifacts, with a reliability of 97*6%* 



BE12-S,liO 

A Small Sxze System of Automatic Detection for 
Safety Driving Based on Electroencephalogram, 
Yano, H, Kodama, S* Ninomija*, Aoyama Gakuin 
University, Tokyo, K* Idogawa, Seitoku Gakuen 
College for Women, Chiba, K. Sato, Bioinformation 
Laboratory, Tokyo, Japan 

We developed a practical system to prevent vehicle 
accidents resulting frpm driver»s dosing* On 
limited access highways in long distance driving 
it is difficult for the driver to maintain a 
watchful driving condition because of the state of 
monotony resulting from receiving less stimuli. 
It is recognized that a burst of slow alpha rhythm 
occurs on the EEG when cerebrum activity goes down 
because of less tension or the tendency to 
drowsiness* For safety driving, it is important to 
detect the drowsy condition* EEG data were 
collected from driving experiments on the highway* 
The detection of slow alpha rhythm was analyzed by 
statistical method as follows : 

We compute regression line and moving variance by 
moving least square method* We defined slow alpha 
rhythm which satisfied some conditions about -^lope 
and variance. This method possesses stability 
respect artifact, as it were, ECG, eMG, 
alternating current waves and eye blinking* By 
this method, we developed online real-time system 
by 16 bits personal computer. 

As the result, accurate detection of slow alpha 
rhythm on an on-line real-time method has become 
possible* 



BE12-S.11 

SOME PHYSIOLOGICAL CHANGES IN INDUCED 

MEDITATIVE STATE (a case study), 
V*Lepicovska* J.Mrkvicka, C.Dostalek, 
H*Beran, Inst. of Physiol .Regul * , C*S. 
Acad. of Sci . , Prague, Czechoslovakia, 
S . Vishnudevananda ,Phys .Lab . ,Sivananda 
Yoga Centre, Val Morin, Canada. 



Constituents of ancient methods of 
concentration (used a.o. in rituals) 
have been included with a desirable 
effects into modern medicine, especially 
in functional diseases, enabling thus 
the patients improve the quality of life 
v.'ithout side-effects. In this case study 
a very marked inhibition of pain was 
reached at. 

Measurements of EEG, ECG, blood 
pressure and respiration was taken in 
the course of the shivaistic ceremony 
called Kaavadi, in which 108 spears were 
inserted into the tongue, cheeks and 
chest* The EEG de^dctivation appeared to 
be on the background of autonomic 
activation. Maximal increase of spectral 
power (300 percent) was measured in the 
alpha range. Maximal changes in theta 
and delta range did not reach post 
hyperventilation increase. 



BE12-S.12 

Estimation Algorithm for Spread Forms of 
Spindle Waves in Multi-channel EEGy 
Yoshikazu Ueda*, Naohiro Xshii, 
Nagoya Institute of Technology, Showa-ku, 
Nagoya 466, Japan. 

Spindle waves are the characteristic signals In 
electoroencepharograra, but have been unknown in 
their spread form* We present an algorithm for 
estimating the spread form of spindle waves in 
multi-channel data* Our algorithm is able to cal- 
culate within two phasic dominants and the spread 
direction of spindles on a head* In our algorithm, 
the remarkable frequency components are extracted 
from spindles* Second, the frequency-wavenumber 
spectral of each component is analyzed in partial 
field* The last, the spread form of the spindle 
wave is estimated by studying these partial wave- 
numbers geometrically and synthetically in whole 
field* As applying our method to EEG data, we got 
two results. One is that the phcsic dominant of 
spindle with a low frequency component exists in 
the central field of the head and with a high 
component in the parietal one* The other is that 
the most of spindles spread from rear part to 
frontal one on the head* 
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ECGxpert, an expert system for EKG 
analysis, S. Jenichen Gieseler*and 
N. Wiederhecker, Programa de Eng. 
Biomgdica/COPPE,CP: 68510, Rio de 
Janeiro, Brasil, CEP 21945 

The EKG is a biological signal with a 
host of information and therefore of 
complex analysis. ECGxpert is a expert 
system designed to aid physicians, with 
few experience in EKG analysis, and 
students in training programs. Instead 
of acquiring and interpreting the EKG , 
the system request from physician 
those parameters which are used in 
routine analysis by cardiologists. 
The system, implemented in PROlOG, pro- 
vides a menu-driven user interface and 
an explanation system, allowing to add 
certainty measures to answers, simula- 
ting an inexact reasoning. The knowle- 
dge base contains the expert's knowle- 
dge about EKG interpretation in form 
of production rules. As final result 
the system generates a complete report 
about analysis including advices on 
future procedures. 



BE12-T.2 

VERTIGO: an expert systen for the classification of dizziness 
A. Buizza, G. Magenest M. Manfrin, E. Mira, R. Schraid, P. 2a- 
nocco - University of Pavia, Italy 

A consultation nodel for the differential classification of 
dizziness has been developed by means of the shell EXPERT 
(Weiss and Kulikowski, 1979). More th^n 30 types of vestibular 
disorders characterized by the presence of dizziness as the 
major syinptora are considered. The knowledge base has been 
synthesized in about 350 production rules. Oata have been 
limited to patient history js the assessment of the diagnostic 
accuracy that can be reached by careful ..valuation of case 
history is one of the goals of the research. 
VERTIGO is able to collect patient data by aeans of a flexible 
questionnaire reproducing the strategy followed by a skillfull 
clinician in history taking. 

The diagnostic conclusions are proposed with a certainty 
factor representing their plausibility. The reasoning followed 
by the systen to reach a certain diagnostic conclusion can be 
explained to the user in a pseudo-natural language which 
illustrates the production rules activated for that conclusion. 
Two versions of Vertigo have been realized, one running on a 
VAX co/nputer, the other on I8M PC. The model is being validated 
by human experts belonging to the international coonjunity of 
ORE clinicians, who were not involved in building VERTIGO. 



.3 

An Expert System of Medical Diagnosis of 
Icteric Patients, J.C. Nlevola, W.C. de Lima*, 
C.I. Zanchln & W. Dantas, Unlversldade 
Federal de Santa Catarlna, p.Q. Box 476, 
88.049 Florlanopolls, SC, Brazil, 
Telex 482 240 UFSC BR 

The scope of this work Is to Implement an expert 
system to aid the gastroenterology experts In the 
diagnosis of Icteric patients. The system is 
composed of a knowledge base and an inference 
engine. The knowledge base Is based on the major 
points In which the expert develops his work. Then, 
this knowledge Is used for an Inference engine 
that wants to establish the posslblllcy to each 
one of the diseases considered. This knowledge 
base has 74 rulet , ocuppylng 17,3 Kbytes. The 
Inference engine, with 103 Kbytes, Is Implemented 
In Turbo Prolog*£ language. In a PC compatible 
microcomputer. It has two phases: a preliminary 
diagnostic, and a final response. The system has 
an Initial menu, where the user chooses one of the 
following aspects: General , Information, Load 
Knowledge Base, Edit Knowledge Base, Consult and 
Exit. In the consult mode, the user answers 
questions about the patient history, his physical 
conditions and laboratorlal examinations. After 
this, a ranking of possible diseases Is obtained, 
based on the Idea of fuzzy set theory. The result 
of the consult Is anallsed by the expert physician 
before treatment Is Initiated. 



BEl2-T,4 

Decision support system for treatment selection in 
oncology. S. Hyodynmaa*, P. Kolari, K. Nariainen, 
A. Ojala, J. Rantanen and Saranummi, Technical 
Research Centre of Finland, Medical Engineering 
Laboratory, Box 316, SF-33101 Tampere, FINLAND 

Decision support can be utilized at several stages in 
oncology. We are developing a system for three stages: 
therapy decision making, design of treatment protocols 
and analysis of therapy results. A prototype is 
functioning for the treatment decision making in 
inoperable lung cancer. The object oriented system has 
been implemented on a Xerox 1186 workstation with 
Interlisp-D and LOOPS. The input information required 
covers patient ID, diagnosis, symptoms, examination and 
test results, tumor data and staging. During the 
sreasoning the system checks the correctness of the 
diagnosis, checks if there are indications for immediate 
treatment and checks if the intention of therapy 
proposed by the user is relevant. The system has been 
tested with cases of lung cancer patients and a panel of 
oncology experts has evaluated the principles of using 
the system and the human computer interface. The final 
aim of the work is a decision support system for 
oncology. The next step will be the building of an 
oncological clinical register for the system. The 
integration of the system components an oncological 
information network is also essential. 
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BE12-T.5 

A Syntactic Analysis of the 
Auditory Brain stem Responses, 
Hironori Koyama*, 
T!dkyo Denki University, 2-2,Kandanishiki, 
Chiyoda, Otokyo, J^>an 101 

A siT.tactic algorithm has been developed to au- 
toiHtically detect and identify the wave 
nents of the auditory brain stem response{ABR) . 
The algorithm for the wave detection is describ- 
ed using an attribute grammar. 

A typical ABR pattern is corposed of seven sub- 
patterns, namely Wave I, Wave II,.. and Wave VII. 
After normalization and piecewise linear aK>roxi- 
nation, an ABR is represented in the form of a 
sequence of triplets. Each triplet consists of 
a slc^ segment symbol and two attribute values, 
the anplitade and latency of the slope. Then a 
triplet sequence is parsed according to the at- 
tribute grartmar devised for- the wave detection. 
For the detected waves, a heuristic algorithm 
based i:^n a priori knowledge on latencies is 
applied to assign each wave to one of the sev- 
en candidates. 

A preliminary test has shown that 90 to 95% of 
the waves are detected and identified success- 
fully by the algorithms, including the case that 
sons of the wave ccnponents are missing in ABR 
patterns. 



BE12-T.6 

Disease Classification Model Based on The 
Hierarchical Evaluation of a Symptom 
*T.SEKIYA, A.WATANABE, S.KATO,M. ARUGA and 

M.KIKUTI 

3-2 Namiki, Tokorozawa, Saitama 359 JAPAN 

It is important for the decision making in aedical 
diagno^os and treatment to classify the diseases. 
It is not sufficiently carried out by using merely 
the statistical method. We reviewed what is done 
by medical doctors in their decision making to 
find a bearing striking resemblance to their men- 
tal model. We propose a new model which has the 
flexible algorithm for compensating missing symp- 
toms, taking into account the degree of contribu- 
tion of each symptom to diagnosis. 
This model adopts the time series representation 
of every symptom such as threshold element, inte- 
gral element, differential element and so on. The 
concept of the symptom weight evaluations contrib- 
utes to the compensation of the missing symptom 
and provides the flexible algorithm for the clas- 
sification of medical data. Furthermore, this 
model is able to utilize to deeper reasoning, 
because it is corresponding in all of a physics 
model. 



BE12-U.1 

FIELD THEORY OF FI-ECTROGLOTTOGRAPHY AND 

MEASUREMENT FOR PHONATORY BIOMECHANICS 

Wan Mingxi" Cheng Jinzhi 

Dept of Information and Control Engineering 

Xi'an Jiaotong University, Xi'an, 

The People's Republic of China 

Electroglottography (EGG) is more convenient to 
be a monitoring method of laryngeal function than 
high-speed films, photoglottography, ultrasonic 
glottography and glottography by inverse filtering 
acoustic or laryngeal aii flow signal, due to non- 
invasion and low cost. However, what does the EGG 
waveform tell us about phonation is ambiguous. 
This study was designed to provide the interpreta- 
tion of the EGG waveform based on electrical field 
theory and vocal folds activity. This paper also 
introduces a two channel EGG system with a multi- 
ple electrodes array, which i-Jakes simultaneous 
investigation of vertical and horizontal vibration 
of vocal folds possible, and approaches the origin 
and sensitivity of EGG signal. 



BE12-U.2 

A New Method for the Vocal Cord 
Disease Diagnosis, R.C. Chen'; Q. Ling, 
Y.Z.Jing 

The traditional method to diagnose the vo- 
cal cords disease of a speaker is through 
the obseivation with the laryngoscope or 
making mediate dignosis according to the 
spectrogram of the speaker. But one prob- 
lem is that it is not easy to observe the 
vocal cords with the laryngoscope as well 
as to record the results in a simple and 
objective way. Another is that the spect- 
rogram is a mediate imformation about the 
vocal cords disease and not of much value 
to diagnosis. In this paper the method of 
linear prediction analysis on the short- 
time interval for glottal inverse filter- 
ing from the acoustic speech waveform is 
discussed and a new way approaching to the 
vocal cords disease diagnosis is presented. 
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BE12-U3 

A Speech Onset Analyzing System, 

B.F. Sndth; R.M. Kroll 
Clarke Institute of Psychiatry, 
250 College St. Toronto, Ont., 
Canada 1I5T iR3 

Carefull study indicates that, for the most 
part,disfluencies in the speech of stutterers 
are caused by the application of abrupt, exces- 
sive tensioning of the vocal folds during the 
initiation of phonation. 

The device described in this paper, a speech 
onset analyzer (SOA), monitors the harshness 
of speech onset and provides instantaneous 
positive feedback when subjects achieve their 
targets. A built in pair of counters record 
the nunber of attenpts and the nunber of cor- 
rect responses so the unit may be used in the 
abscence of a therapist. The counts cannot be 
altered by the subject. Voice onsets may be 
monitored for single syllabic utterances or 
for continuous speech* 

The -A is battery onerated, small and light 
weight. The use of filters gives equal response 
to both male and fenale voices. 

The SOA eliminates husrian error in the 
extremely difficult task of judging the ade- 
quacy of responses at several levels because 
it is reliably calibraLed to uniform standards. 



BE12-U.4 

DEVELOPMENT AND APPLICATION OF PROGRAMMABLE 
AUDITORY STIMULATOR 

Jia Rui Lin* Lie yi Fang Han Shan Zhu 
Bioengineering Department 

Huazhong University of Science and Technology 
Wuhan, China 

Tlie paper introduces a pro gr amicable auditory stim- 
ulator for human brain stem Auditory Evoked Response 
(AFRP) tests. It can generate 3 modes, about more 
than 60 kinds of waveform, accoding to require, they 
can be transmited to the ears by earphones separately. 

The system was consisted of a small system by 
Intel 8085A microprocessor, where the data of vari- 
ous waveform are stored 2 chips of EPROM of system. 
The mode, frequency or period of the signals can be 
changed with the states of the switch in the front 
of panel are recognized by the program. A tone 
burst is produced by a voltage control amplifier 
(VCA), the envelopes are supplied by the programm- 
able signals. And white noise generator was obtain- 
ed by a cheap electronic circuit. In addition, a 
slide switch of the stimulus polarity selection can 
determine signals of the positive, negative or al- 
ternate polarity. 

The programnable auditory stimulator has been ap- 
plied for the research of the human brain stem AERP 
and has obtained satisfying results. It is also 
suitable for many other applications. 



BE12-U.5 

The Frequency Domain Feature Analysis of 
Brainstem Auditory Evoked Potential, 
Ma Xiao-Bo, Gao Shang-Kai,Zhou Li-Gao, 
Dept. of E. E.,Tsinghua University, 
Beijing, China, Pel Hong-En, Jiang Vei, 
General Navy Hospital, Beijing, China. 

Brainstem Auditory Evoked Potential (BAEP) which 
has important significance in objective audiome- 
try and diagnosis of acoustic neurinoma has been 
widely used in clinic. The parameters of BAEP, now 
moinly the time domain parameter^, sometimes are 
not sufficient to make a diagnosis. And usually 
wave IV and V time domain are not easy to be 
separated, therefore we hope to extract new para- 
meters of BAEP for clinical use. 
This paper developed the features in frequency 
domain of the BAEP of guinea pigs which under- 
went the simulated nerve tumor operation by us- 
ing autoregressive model and spectra estimation, 
and some results were applied to BAEP diagnosis 
of human patients. Experiments indicated that the 
peaks of spectra of BAEP of guinea pigs having 
leslcjns will move toward lower frequency inter- 
val *than that of normal guinea pigs. The sum of 
phase angle differences of bilateral poles 0 and 
the difference of normalized prediction errors 
of bilateral AR models are presented as new pa- 
rameters of BAEP for clinical diagnosis. 



BE12-U.6 

Coherence Spectral Studies of Averaged Brain 
Evoked Potentials During the Action of Amphetamine, 
C.C. Turbes* and G.T. Schneider* Creighton 
University, Omaha, Nebraska 68178. 

These studies are made on cats and are concerned 
with power and coherence estim^ites of auditory 
evoked potentials at cerebral, cortical and 
subcortical regions. Certain chemical agents 
are used to alter the background EEG activity 
and auditory evoked potentials. In these 
studies the d and 1 isomers of amphetamine 
are used. The analog data is collected and 
stored on FM tape for computer processing. 
The data is processed using power, coherence, 
partial coherence and phase spectral analyses. 
Comparisons are made of the pre, during, and 
post amphetamine data of both EEG and auditory 
evoked potential activity. There are changes 
in the autospectral , coherence, and partial 
coherence spectra that relate to the action 
of amphetamine. Special consideration is 
given to these data estimates and then interpreted 
as it relates to the interaction of brain 
regions during tjie various drug induced patterns 
of behavior. 
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BE12-U.7 

QUANTITATIVE ANALYSIS FOR EXPERIMENTALLY INDUCED 

PERILYMPHATIC FISTUU BY PRESSURE MONITORING AND 

CONTROLLING SYSTEM, T.HORIUCHU, T.DOHI, 

T.MASUZAWA, T.FUJIKI, I.SAKUMA, T.FUTAKI, M.HARA 
and Y.NOMURA, 

The Univ.of Tokyo, 7-3 Hongo, Tokyo, Japan 

The cause of perilymphatic fistula, a subgroup of 
sudden deafness, has not been clearly understood. 
To study its etiology quantitatively, the inner ear 
pressure monitoring system with a computer 
controlled pressurizing device and three types of 
low pressure monitoring sensors was constructed and 
utilized in ex vivo experiments using white guinea 
pigs. Hypothesizing that cerebrospinal pressure 
increases cause a rupture of the round window 
membrane, direct or indirect pressurization to 
cerebrospinal region and simultanious measurement 
of inner ear and cerebrospinal pressure were 
carried out. 

The ruptures of the round window membranes were 
seen in the experiments with direct saline infusion 
into the cochlea when the increment of inner ear 
pressure were above 370 roroH^O. There was no sign of 
the ruptures when squeezing** abdomen was employed as 
an Indirect pressurization although cerebrospinal 
pressure increased. 

It is conclusive that this system is feasible to 
analyze pressure changes in the inner ear and 
cerebrospinal region simul taniously and useful to 
study on the etiology of perilymphatic fistula. 



EE12-V.1 

Qualitative Analysis of Influ- 
ence of Various Factors on the 
Detection of' Details in Roentge- 
nological Image, A.M. Gurvich*, Mos- 
cow Research Institute for Roent- 
genology a. Radiology, 117837, Mos- 
cow, GSP-7,ProfsoyuEna3a,86 

Calculation of details detection on the 
image can play an important role in tur- 
ning roentgenology into quantative scien- 
ce. When calculating it's necessary to 
take into consideration the fact that the 
threshold contract is determined by the 
cumulative infl\;.ence of the two main noi- 
se components, one of which depends on 
the instrumental part of the image for- 
ming system and the other - on the eye. 
The posa'JMllty of the calculation can 
be illustrated by means of; 1) determi- 
nation of the permissible limits in in- 
crease of radiation sensitivity of the 
image transformers; 2) comparative analy- 
sis of various methods and technical me- 
ans of radiodiagnostic investigation; 3) 
evaluation of the influence of morfolo- 
gical noise; 4) choice of physi co-tech- 
nical conditions end image quality cont- 
rol methods. The sign of optimal align©- 
ment of inforraativlty and dose is the ba- 
lance of all the main components of noise 



BE:12-V.2 

3-diniensional Superimposed Description of 
TballiuiB'-201 Myocardial Scintigram and 
Coronary Arteriogram* T.Akatsuka*, 
T.Takeda#, S.Natsubori, T.Nakajima, 
Y.Tamura, and M»Akisada#, Yamagata 
University, Yonezawa 992 and ^University 
of Tsukuba, Japan 

To evaluate ischemic heart disease(IHD), 
thallium-201 myocardial scintigram(TMS) and 
coronary arteriogram(CAG) are the most important 
images for the diagnosis. By using the single 
photon emission CT, 3-D reconstruction of left 
ventricle can be performed, and CAG can describe 
the structures of coronary artery clearly. To 
understand the details of the regional 
myocardial ischemia and stenotic coron£^*"y 
artery, it must be very useful to display the 3- 
dimensional 'of TMS and CAG. At first, the 
experiment was performed on the arterial model 
and actual TMS, now actual TMS and CAG are in 
use. Two images are adjusted as the left 
descending coronary artery is lying 15 degree 
right from the center of the anterior wall on 
THS. The relation between the degree and 
extension of myocardial ischemia and the degree 
and position of stenotic artery might be well 
assessed by this 3-D superimposed description. 



BE12-V.3 

Computed Color Imaging of Gastric 
Mucosal Hemodynamics. S.kawano* S.Tsuji, 
N.Sato, T.Kamada. Dept. of Med.# Osaka 
Univ. Med. Sch., Osaka 553, Japan. 
The microcirculatory distrubance was 
emphasized to play an important role in 
the .gastric ulceration. In this study, 
the comp jter-assisted imaging of gastric 
mucosal hemodynamics was performed. The 
reflectance spectrophotometry system was 
applied to the human gastric mucosa under 
endoscopy as reported previously (N.Sato, 
Gastroenterol. 1979). From the data at 20 
points in the stomach, the computer- 
assisted color image of mucosal blood 
distribution was made. Moreover, to 
obtain the mucosal blood distribution in 
real time, the electronic endoscope was 
directly coupled with the image analyzer 
and microcomputer. The logarithmic raf.io 
(logVr/Vg) of the videosignal in R ana G 
images was calculated with image emalyzer 
and computer. The ratio at a region of 
interest was proven to have a good 
correlation with Hb concentration of 
mucosa measured by reflectance spectro- 
photometry. With the methods, the gastric 
mucosal hemodynamic changes were investi- 
gated in patients with gastric ulcers. 
Bv the Imaging of gastric mucosal hemody- 
namic. , t was possible to predict the 
ulcer formation and healing. 
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BE12-V,4 

AUTOMATIC DETECTION OF CORONARY ARTERY 
WALL CONTOURS IN PATHOLOGIC SLIDES. 
L Moura and R Kilney! 
Dept of Electrical Engineering, 
Imperial College, London SWT 2BT, UK. 

The paper describes an image processing technique for 
the detection and labelling of arterial wall contours in 
images obtained from cross-sectional slices. A gradient 
operator is applied to the image and generates points of 
mtcrest at likely, edges. These points arc then used as starting 
pomts by a contour follower algorithm leading to the 
formation of on<-pixe|.wide lines, called segments. Heuristic 
acarch IS used to locate closed sets of segments which 
minimiie a cost function based on the ratio between a 
contour's square perimeter and the enclosed area. This 
function is minimized by a circle so that the algorithm 
tends to find circWike structures. Constraints imposed on 
^tni connection avert the formation of inconsistent shapes 
Md also speed up programme execution. Further processing 
includes dosed curve filtering using least square fitting; 

tne labelling of contours according to their position in 
the image and to the gradient direction (inward/outward) 
along the contours. 

Rttults have shown that the method's strength lies in iU 
ability to correctly find the wall contours even wlien major 
gaps are present, provided that some long segments are 
formed. The method b suitable for locating and labelling 
round-shapcd structures which frequently occur in Biology, 
such as blood vessel cross-sections and cell outlines. 



BE12-V.5 

A Digital Processing Hethod to Obtain Seperated Bone and Soft 
Tissue Pictures by Using of Dual Energy X-ray Projections 

6oge K(i , Dazong Jiang t 
Institute of Bioiedical Engineering 
Xi'an Jiaotong University 
Xi'an . China 

The difference of X-ray attenuation coefficient between bone and 
soft tissue dependents on the X-ray energy being discussed, based on 
this relationship our lethod called Gray Level Piece-Hise Adjustienl 
Step-Hise Subtraction Has developed. Perfori a specific digital ope- 
ration on gray level of each pixel of a subject's two X-ray projec- 
tion pictures of different energy, so that for every corresponding 
pixel pair, in the total gray level, coiponent contributed by soft 
tissue can he adjusted to the saie, then by subtraction of the two 
Pictures, all soft tissue inforiation is reioved and a lask picture 
that contains the inforiation of bone contents distribution only is 
obtained. Subtract this lark once by once froi the original Ioh 
energif picture which contains the lost soft tissue inforiation until 
bone iiage disappeared and the reiainder becoie a soft tissue only 
Picture. Using X-ray filis / TV caiera. experiient according to this 
lothod Mas coipleted on a personal coiputer equiped nith special 
iiage processing hardware, in X-ray projection He use copper and tin 
niter to eiphasize high and low energy contents respectively. Soie 
successful pictures with soft tissue only for bone-soft tissue 
Phantois have been obtained through above operations. Ke hope this 
aethod can be iipleiented in a X-ray, i.l.. jv systei to construct 
a new Ioh cost processing systei and it nill be also useful for 
angiography with Iodine contrast lediui . 



BE12-V.6 

Data expression for Medical PA^S, V.A. 
Pollak*, D. Meyer-Ebrecht, W. Krybus, Univ. 
of Saskatchewan*, Saskatoon, Sask, Canada; 
Technical Univ. of Aachen, Aachen, Germany. 

PACS is an acronym standing for "Picture Archiving 
and Communication Systems." Imaging devices 
represent a large and increasing proportion of 
modern medical technology* The pictures acquired 
by these devices are an essential part of the 
medical history of the patient and a large 
proportion of them needs to be preserved, 
frequently together with verbal comments for 
future consultation* Traditionally the carrier 
medium foi: pictorial information was photographic 
film* Storage of film especially in large 
quantities requires space and retrieval is slow 
and error prone. This is where PACS comes into 
play* There the pictorial information is stored 
electronically, preferably in digital form. For 
retrieval the stored information is accessed 
electronically and transmitted to the place where 
it is needed by standard communication facilities* 
In the majority of cases the distances involved 
are relatively short, but even very large 
distances can easily be bridged* The number of 
pictures annually acquired in a medium size 
hospital can go into the tens of thousands* 
Billions of bytes are necessary to store and to 
transmit this volume of data* Data compression 
seems to be the most effective way to handle this 
problem. The features of a data compression 
system specifically developed for medical images 
are described in brief. 



BE12-V.7 

A Method for Continuous Measurement 
of Width and Area in Medical Images, 
Wang ZhongRui; Dept. of Scientific 
Instrumentation ^ Zhe j iang University , 
Hangzhou, China. 

A method for continuous measurement of 
vessels diameter from TV image is pre- 
sented. It is iJased on PDM( Pulse -Dura- 

DPDM(Demodulation 
of PDM) principles < An auto-tracking 
window is formed on TV screen to cover 
the segment of vessel to he measured, 
^^fu^^'^^^^ signal is a series of pulses 
with the duration proportional to the 
width of the vessel and the period 
equal to the interval of a line swee- 
ping* We use a low-pass filter to demo- 
dulate it* The output width waveform 
is transfered to a microcomputer throu- 
gh A/D converter frame hj frame* Then 
the width waveform of a vessel in a 
frame of image or the variant width at 
a site we interested in may be sent to 
a chart recorder by D/A conversion. It 
is demonstrated that the method may be 
applied to measure the width and area 
0^ other medical images of any chape 
a Ightly wobbling. ^ ^ 
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BE12-W.1 

Signal Detecting Technique of He 
modynamics, D.X. Zhang* Nanchang. 
Hemodynamics Institute, Nanchang, 
Jiangxii China 

Tq> use an inforraatioa processing system 
with pressure and volume wave transducers 
in diagnosis is the technique, a biomedi- 
cal engineering and combination of tradi- 
tional Chinese a western medicine ^ Based 
on linear systematic theory and physio-a- 
natoraic state, blood circulation system 
was divided into several units on each of 
which, we established relavent mathematic 
etpression which reproduced an in vivo 
waveform very closely ^r=0.9y). Thus the 
hemodynamics parameter equations in con- 
traslt. with invasive techriique were derived, 
the detection of flow volume, pressure, 
modulus, resistance etc. of circulation 
system resulting in r=0 •88-0. 975. 
Widely using the technique in the clinic 
field, we studied traditional Chinese me- 
dicine and hemodynamics diagnosis, guard 
of emergency and predicts of many deseases. 
For example, when diagnosing coronary de- 
cease by the technique and selective coro- 
nary arteriography, we got the diagnostic 
coincidence ratio as 93%. 



BE12-W.2 

Pourior Analysis of Averaged Signals 
A. Fadda, M. Neroni* Istituto Superiore 
di Sanita', Via Regina Elena 299 00161 
Roma, Italy. 

When harmonic analysis of averaged 
signals is required the following 
considerations may be useful. The 
averaging process can be seen, in the 
frequency domain, as a comb filter with 
major lobes at frequencies equals to 
k/T^ where k is an integer and T is the 
trigger period. As the number of 
averaged records increases the main lobe 
becomes narrower and the side lobes 
become more little and nximerous. For 
large number of records, the averaged 
signal waweform is substantially reduced 
to the periodic component. So it is 
correct and useful to make a Fourier 
Transform of the signal using a simple 
rectangular window and an analysis 
duration as short as the trigger period 
with no loss in resolution or leakage 
problems. We applied this technique in 
the field of pattern electroretinografy 
obtaining a fast calculation of the 2nd 
harmonic of averaged signals. 



BE12-W.3 

Adaptive Analysis of Harmonic 
Oscillation for Biological Signals, 
M^Mlta* ,T»Onoda and M^Hirano, 
Iwate Medical University, 
020 Morloka, Japan. 

A mathematical method of discrete signal 
processing of harmonic oscillation In a 
finite window has been found. The signal 
Is sampled and analyzed In the finite 
window which le ragarded as the basic 
period of an oscillation. Each Instantan- 
eous value of harmonics Is successively 
given by fixed linear transformation of 
the arithmetic neans of the data from 
frequency sampling. By using this method, 
fundamental frequency of an oscillation. 
Its harmonics and their mutual phase 
relation can be estimated precisely. 
This method can estimate the most adapt- 
ive basic period T of the signal where- 
after time window is chosen accordingly. 
The frequency resolution Is determined 
by the adaptive fundamental frequency 
and by the highest frequency component 
Involed In the original signal. 
This method supplies an algorithm for 
designing electronic circuits and com- 
puting programs. 



BE12-W.4 

ft Modified Adaptive Filter -for Eio- 
logical J Igna} s. I. B. StambolievH, 
M.P. Mintchev, I.B. Ratchev, Higher 
Institute 3i Mechanical?<Elec:rical 
Engineering, So-fia-1 156, Bulgaria. 



The low frequency biological signs) pro- 
cessing to obtain an important diegnostic 
information is a main problem of electro- 
gastrography. A filtering of the electro- 
gastrograraphic(E6G) signal must be done 
without affection on it*s frequency ran- 
ge, phase and amplitude. It is also nt-'ces- 
s^r / a strong suppression of the noise 
components included or nonlnclud^d in the 
signal frequency range. An optamisation of 
the sequrit/ and fle;;ibility of wellKnown 
modified adaptive filters is made and the 
device is completelv computerised. Hesul ts 
of simulated human £GG-signal processing 
s^re given. The capabilities of digital mo- 
dified adaptive filters using Fast Fcurie 
Transform are discribed. The parameters of 
the filter provide the electrical activi- 
ty of the human stomach processing but 
changing them the device application area 
?riay be e,:tended. 
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BE12-W.5 

D«ta Co3i|prtaalon for SCO tsd « HLgk 
%>odd Circuit of DOT, i^ieng^ei Shro 
and Wei-Ottn XieJ Dept. of Eleotrical 
Knglxieeriiig, Korthweat Telecojaamlcatiotts 
Bngiixeexlng Institute, Zian, PBCI 

For the cpecial wrre of KLectrocarditgraa, thie 
pBpBT diecuaees the dAta coji5)re8cion perfoxamce 
of three idnda of orthogonal tx«aBtfoiaationa(DFT, 
DCT and DWT), chows that DOT haa the beat perfo*. 
i»anoe aacag thea. Ve found ooaM properties of 
EOl data coapreaaion^ Baaed on the pxopertiea.no 
propose a aegaental processing method and an ad- 
<^tiTo aethod for ECQ data coBqpresaion, Using o- 
nr methods, the coapresaion perfoimanoe can be 
ij^rored and distortion reduced. We also preoe*- 
nt a real-tlao 8-polnt DC? using the continuous 
Yalued logic hardware idiich are dereloped recen- 
tly in China. The DOT is with a high speed sati- 
sfiring the xaedicine applications. 



BE12-W,6 

Pow^r-Spectrum Analysis of REG with 
Prony Method, Liou Xiaoxiang* Zhou 
Shouchang,and Chu Mingji e, Theretical 
Electrical Research Institete, 
Chongqing Uni ver si ty, Sichuan, PRC 

Rheoencephalograph (REG) has been widely 
applied to clinical diagnosis in our 
country. But up to now, Most of the medical 
units stil I employ the backward manual 
medthod to analyse REG by viewing and 
measuring with ruler. Since there are rrtany 
kinds of waves in time doft^ain, there are 
many kinds of distinguishing methods which 
are not convenient in clinical diagnosis. 
So this paper adopts power-spectrum analy- 
sis to overcome wave differences tha^, the 
ages, sexesf 2xr;=* measurement: etc. must 
result in error of REG of patients which 
may make some pathology characteristics 
disappear. Since REG is a kind of the lower 
frequency signal and FFT has random undu- 
|^a<:e in 0-12H=, it is not suitable here. 
This paper probes a new time-domain-iden- 
tification method — Frony method and try to 
use Marple and Co/ar algorithm in estima- 
tion of the o^'der and determination of the 
parameters. After deriving time-model of 
Rd6t it wi t i oe transformed with Fourier 
Transform. The experiments have showed rhat 
the new method is significant* and may 
worth to be further investigated, 



BE12-W.7 

Spectral Analysis of Vertical Acceleration of 
the Body during Juiping, S.C. Su*. K. Tsuchlya. 
T.Taaura. T.Toyoshlna and T.Togawa, Sch. of Scl. 
i Eng., Waseda Univ., and Tokyo Med. & Dent Univ. 

The vertical acceleration was analyzed by 
Fourier transform and power spectruB during 
Jumping was investigated. 

Vertical accelerations on the back and the 
head were measured simultaneously with strain- 
gauge accelerometers. One accelerometer was 
placed at the back by elastic belt and the other 
was firmly hold by teeth. Seven male subjects 
were performed different Jumping cycles (20 to 
120 tlnes/mln by every 20 times). The wave forms 
were analyzed with Fourier analyzer. 

The results showed the frequency distribu- 
tions of the back and the head were similar but 
the magnltudQ of power spectra at the back was 4 
to 6 dB greater than thn of the head for all 
subjects and cycles. In the Jumping cycle of lOO 
to 120 » the significant harmonics of the 
fundamental frequency which corresponded to 
Jumping cycle could be seen up to 25 Hz, and the 
fundamental frequency revealed the largest 
magnitude. However » in Jumping cycle below 80, 
the harmonics could be seen only 10 Hz» and the 
second harmonics revealed the largest magnitude. 
The difference caused by the difference of 
Jumping modes » i»e.» one is intermittent, the 
other is continuous. Frequency around 12 to 15 
Hz revealed the natural frequency of the body. 



BE12-W.8 

Accurate Estlttatlon of Paraneters of 
Multiple Dacped Sinusoids In Noise & 
Their Application to The Analysis of 
Blonedlcal Signal , TANG YU* ZKEJIANG 
UNIVERSITY HANGZHOU PRCC CHINA) 

We Inprove the nethod, which Kunaresan 
and Tufts CKT) presented, for estlnating 
the danpino factor and frequency of 
Bultlple exponentially daaped sinusoids 
In additive noise. "o use backward 
predictor to separate the signal zeros 
froa other zeros and compute the 
backward est^aated value of parameters, 
then use forward predictor to conpute 
the forward estleated "^'alue of 
paraneters. At last we use the aean of 
backward and forward estimated values as 
the estlnate of paraneters. This method 
was demonstrated to have a very good 
performance by numerical simulation. In 
comparison to rrlglnal KI method and 
Prony method. The estimate of daming 
factor and frequency Is unbiased. Tho 
variance of the estimates approches the 
Cramer**Rao bounds. We give some examples 
C VHP Bi PCG) to deaons trate the I r 
application to the analysis of 
biomedical signal. 
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BE12-X.1 

Accuracy enhancement in stereometric systems 
based on 1-D optoeletronic transducers. 
(°) A. Cappozzo, F. Gazzani, V. Macellari*. 
Istituto Superior e di Sanita - (°) Universi- 
ta "La Sapienza". Roma, Italy. 

The accuracy of the optoelectronic system COSTEL 
and of the associated stereometric model was asse£ 
sed . The hardware is based on three 1-D cameras 
composed of linear image sensors (2048 elements 
CCDs) and toroidal lenses, and the calibration pr£ 
cedure is totally automatic. The laboratory physi- 
cal dimensions imposed a small distance among the 
cameras and therefore small angles (about 23 de- 
grees) between optical axes. A small (1.2 x 0.8 x 
0.8 m) and light, easy to manage, calibration 
object was used, which covered a small portion of 
the measurement field. These constraints usually 
entail large errors in the reconstruction of the 
3D coordinates of markers. The results we obtained 
were the following. The s.d. of the error, for mar 
kers farther than 1 m from the center of the measu 
rement field, was lower than 3 mm along the axis 
pointing the cameras, and lower than 1.5 mm along 
the other axes. This accuracy is to be attributed 
to an especially devised stereometric model. 



BE12-X.2 

Stereotaxic System for Diagnostic and 
Therapeutic Procedures , T. Ribbe*, M. 
Beristrom, J. Boethius and T. Greitz. 
Dept. of Medical Engineering, Karolinska 
Institutet/ S-10401 Stockholm, Sweden. 

A head fixation system has been developed 
enabling exact transfer of positions 
between neuroradiological and therapeutic 
procedures. The key item of the system is 
a base plate that can be rigidly attached 
to the patient *s head, either by a plastic 
mould helmet or by screws fastened to the 
calvarium. The base plate may easily and 
accurately be attached to variou.s dia- 
gnostic and therapeutic unit?:. Coordinates 
of target points (X,Y,Z) in these units 
are directly related to the base plate. 
The system has been used for diagnostic 
procedures such as plain skull radio- 
graphy, computer tomography, cerebral 
angiography, positron emission tomography, 
magnetic resonance tomography and gamma 
camera examinations as well as for 
therapeutic procedures such as stereotaxic 
biopsy, stereotaxic open surgery and 
radiation treatment. 
For surgery a new instrument has been 
developed giving the surgeon opportunities 
to be able to reach the whole brain (no 
dead angels) and maintain sterility. 



BE12-X.3 

The summary of Double J-loop Elastic Silicone Pos- 
terior Chamber Intraocular lens Implantation. 
Zhou Kai-Yit h8 Ying Men Kou Street, Chengdu, 
Sichuan, China. Shu-Guang Biomedical Engineer**ig 
Research Institute. It is ten years, since we 
made the first anterior chamber intraocular l^rns 
by using GNY 515 silicone material and implanted 
it. In Sep, 1981 we continued to design elastic 
silicone posterior chamber irtraocular lens 
(ESFCIOL). After we tested on animals, we got the 
suitable implantation method and instnjments. In 
Aug. 1982, the first ESPCIOL v.as implanted into 
human eye and its result was extremely successful. 
In more than five years, we have implanted 100 
ESPCIOL among 96 patients. The results are pretty 
good. 20-30 days after the operation, the mean 
naked visual acuity of 100 e^'es was 0.68i0.32 
Follow-up 5»5 years _ 0.5 year (mean 2.5 years), 
the mean follow-up visual acuity was 0.89 + 0,23. 
For past 10 years we have operated more thsTn 200 
eyes (include ACIOL, Iris-Plane iol), which confirm 
ESPCIOL being benefits of extremely biocompatibil- 
ity, softness (reduced in situ trauma) and top se- 
curity. The main complications caused by implanted 
ESPCIOL are: the thickening of posterior capsule 
(23%) and forming posterior synechia {2$%, espec- 
ially for the 2nd- stage implantation). All these 
problems can be solved easily. 



BE12-X.4 . ^. 

Relationship of Intracranial 

and Anterior Fontanelle Pres- 
sure in an Invitro Model, Leon 
Bunegin*, Maurice S. Albin, 
University of Texas Health 
Science Center, San Antonio, 
Texas 78284 

An invitro model of the anterior 
fontanelle (AF) was developed based 
on anatomical measurements taken 
from 17 babies ranging in age from 1 
to 42 days . Anterior fontanelle 
pressure (AFP) and intracranial 
pressure (ICP) appear to correlate 
closely when (a) the transducer base 
plate has sufficient crossectional 
diameter so that it can rest on the 
scalp overlying the bone adjacent to 
the fontanelle margin, (b) applica- 
tion pressure on the sensing device 
is sufficient to ke.^^p the transducer 
base plate in contact with the scalp 
overlying the bone adjacent to the 
AF margin, (c) a transducer attach- 
ment technique be used that mini- 
mizes drift due to adhesive slippage 
and material relaxation, (d) trans- 
ducer sensitivity to patient motion 
was minimal, (e) a means for 
assessing transducer drift in situ 
is present. 
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BE12-X.5 

Relationship of Intracranial 
Pressure and Anterior 
Fontanelle Membrane 
Displacement in an In Vitro 
Model, Leon Bunegin*, Maurice 
S. Albin, University of Texas 
Health Science Center, San 
Antonio, Texas 78284 

An invitro model of the anterior 
fontanelle (AF) was developed based 
on anatomical measurements taken 
from 17 babies ranging in age from 1 
to 42 days. After repeated pressur- 
ization of the model cranium, it was 
noted that (a) positive simulated 
intracranial pressure (ICP) always 
produced an AF bulge; (b) negative 
simulated ICP always produced a AF 
depression; (c) zero simulated ICP 
resulted in the AF membrane lying 
flat, parallel to the plane de- 
scribed by the edges of the cranial 
bones that form the AF; (d) the 
extent of the AF membrane dis- 
placement is not linearly propor- 
tional to the simulated ICP; (e) the 
bony area around and adjacent to the 
AF membrane seems to remain in a 
stable orientation over a range of 
simulated ICPs. 



BE12-X.6 

Automatic Power Control for Cutting and Coagula- 
tion in High-Frequency Surgery. K. Fastenmeier* 
and G. Flachenecker , University of the Bundeswehr 
Munich. D-8014 Neubiberg, Fed. Rep. of Germany. 

In the field of high-frequency surgery, all stfin- 
dard high-frequency units use manual powsr set- 
ting. On this account, the average power applied 
CO the patient is always much higher than neces- 
sary for the cutting and coagulation effect. This 
fact increases the well-known electrical hazards 
for the patient, as deep necrosis, burns, and 
nerve- and muscle stimulations. 
It can be shown that the cutting effect is relat- 
ed to an electric spark between surgical probe 
and tissue. We use the nonlinear behaviour of 
this spark as a criterion for the automatic con- 
trol of the output power. A high-frequency unit 
with very low internal harmonic distortion has 
been developed. The hanronics generated by the 
spark are measured and compared to a preset val- 
ue. The difference is used as a signal for the 
automatic output power control. By this means, 
the extension of the arc is continuously kept to 
the lowest level sufficient for a proper effect 
during cutting. In the coagulation mode, the out- 
put power is pulsed. Every pulse is terminated as 
soon as a spark is detected. 

Recent measurements show a significant reduction 
of applied output power during cutting and a very 
rapid, yet safe coagulation effect. 



BE12-X.7 

Theoretical InresUgation of Magnetic 
Field Cauter/, Nabil M. Abdul-Kadir* 
and Hanar A» Ezzadeon, Electrical 
fiagineering Departaent, College of 
Engineering, Mosul Unirersilgr, Mosul, 
Iraq» 

Magnetic field cautery can be done bj inserting a 
fliaall eolid aetalic cylinder inside the body to 
reach and touch the damaged area^ Kajjnetic field 
can be applied trom outside to cause the tempera- 
ture of the cylinder to incirease to the required 
teJqjeratura for cauterization. 
This paper presents a matheaatical analysis of 
oagnetic field diffusion and eddy current inside a 
cyliuderical oetals and the calculation of rise of 
tenperature in these aetals due to eddy current 
loss* 

These calculations hare been made with the aid of 
coaputer for two cylinder positions with respect 
to the applied field* The first case consists of 
applying the field in parallel to the axis of the 
cylinder (axial field), while the .5econd case is ly 
applying the field perpendicularly to the axis of 
the cylinder (radial field). These two prograxas 
coapute the increase of the tei!5)erature at the 
surface of the cylinder with tiB© for different 
aetals and frequencies. Low frequency has boon 
used to ensure large slcin depth and good penetra- 
tion in the body. 



BE12-X.8 

A Method oi" Creating • New Microwave Field 
for Intrauterine Treataent, Ji Hongwei*, 
Wang Llran, Tsao Suyueh", Wang Xueqlng,202 
»!ospltal, ohenyang, China(PKC), 

HecenHy we desien<.d ,i 3perJ.a fona of microwave raa-Hos- 
which is appllcabl** to boLli Ireatirtent of functional utrrir.r. 
bleeding and tcrainalion of very early pregnancy. It Ir bo 
doslgned as to change the circular or ellipsoid p.^tlern of 
radiation field on raerldian plane to be one of triangular 
form, so that the radiation energy recieved by the whole 
uterine wall tends to be distributed core evenly. 
Microwave at a/.50 VAlz is transraitted throur,h a semirigid 
cable trt the radiator. An elongated structure of nr. /^instic 
butterfly loop wac built in the radiator designed according 
to the rule of ^i;tdlpole radlat.on. 'i>,e energy d.'positJon 
Pattern of this newly-designed radiator conforms well to 
the triangular shape of the uterine cavity. Correction of 
position and diameter of the butterfly loop can increase 
th. c-'ipling strength and make the microwave energy to be 
transmittiJ directly and rvenly to the comua uteri of both 
sides. Radlutors for different sizes ol uterine cavity were 
nade. Hanlkln tests with egr-whlte showed a triangular 
energy deposition pattern on the frontal sur'-ace. 'llie long- 
est upper edge of it was A. 5 cm and the shortest, 2cm.l'aln- 
^ss oppration was assured by overlapping of the two wings 
of the butterfly to rpduce its (diameter below ma on en- 
t«»ring and coming out through the narrow cor.ivM canal. 
■fhJs radiator has already been applied clinically. 
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BE12-X»9 

S\zrgical QJreatment of Acute Inflammatory 
Diseases of Liver, Bile Ducts, Pancreas 
with the application of New Physical 
Methods, V.S.Zemskov* , N.N.Korpan, 
Ya*I*Khokhlich and V.A.Pavlenko , Kiev Me- 
dical Institute, 252004 Kiev Schevchenko 
Bui. 13, UkSSR. 

In surgical treatment of ^392 patients 
with acute inflammatory processes of li- 
ver, Mle ducts and pancreas there were 
applied the methods of external local 
hypothermia (3919) with the help of appa- 
ratus "Cryoelftctronica~7" and intraopera- 
tional cryosurgical action "by means of 
"C3?yoelectronica-4" (334 patients) deve- 
loped at the clinics. While treating l02 
patients with obturating jaundice of non- 
neoplastic etiology after the operation 
the intravenous lazer irradiation of 
"blood was "being conducted "by Helium Neon 
Lazer, lazer apparatus AFL-1 and monofib- 
rous optical ligh jconducter. 37 patients 
were treated "by lazer therapy, "besides 
electro-magnetic irradiation' of low in- 
tensity was applied on the points of acu- 
puncture • Clinical experience of appli- 
cation of physical means of treatment "by 
cooling, lazer and electro-magnetic 
action testifies to their high efficiency 
in surgical treatment of patients vnth 
the given pathology* 



BE12-Y.2 

Performance of a cwelve- electrode intraneural 
stimulation device in silicon technology, 
W.L.C. Rutten *, H. van Wier and J.H.M. Put, 
University of Twente, 7500 AE Enschede, The 
l?ether lands. 

A multielectrode array in silicon technology has 
been developed to investigate one of the present 
bottlenecks in electrical stimulation: how to 
interface neurons with electronics in a sensitive 
stable and selective way. The array consists of 
twelve, platinum surfaces (20x60 fim, at 50 /im from 
each other) on a 50 /im thick tip shaped silicon 
substrate. The tip was inserted in the peroneal 
nerve of the rat to stimulate the EDL muscle dur- 
ing acute experiments. A six channel stimulator 
delivered independently controlled pulse series to 
the electrodes to elicit isometric twitch or teta- 
nic muscle contractions. Sensitivity was such that 
one single motor unit could be selected at most of 
the electrodes in the array. Stable s-:lmulat'on 
was possible over long periods, only limited by 
the condition of the stimulated nerve bundle, i.e. 
ovrtr a period of about four hours. Recruitment 
curves of stimulation current versus muscle force 
at a single electrode had a dynamic current range 
of about 20 dB. In order to examine selectivity we 
developed a test using the refractory properties 
of neurons and simple assumptions for the volume 
conductor near the electrodes and the distribution 
of the nodes of Ranvier. Results of the test lead 
to the optimal choice of electrode configurations 
and stimulus conditions to maximize selectivity. 



BE12-y*l 

Effects of Altering Core Body Temperature 
on Somatosensory and Motor Evoked 
Potentials, Slavash S. Haghlghi* John J. 
Oro, Clark Watts, University of 

Missouri-Columbia, Columbia, Missouri 



The effects of core temperature on the motor 
evoked potentials (MEPs) were explored in rats. 
Temperature was gradually Increased from 37.5 C 
to AO. 5 C or more, and later decreased from 37.5 
C to 28 C or less. MEPs elicited by motor 
cortex stimulation were recorded over rbe opine 
at baseline temperature and after stabilizing 
the temperature at a given degree. 

The i> wave latency of the MEP was decreased with 
hyperthermia (p=0.008) and Increased with 
hypothermia (p=0.009). The conduction veloclt> 
was Increased with hyperthermia and decre^oed 
with hypother.jla. There was no significant 
change in amplitude with hyperthermia (p=0.55) 
although there was a trend toward reduction with 
hypothermia (p=0.09). The Interpeak latencies 
between the D and I waves were variable but 
tended to decrease with hyperthermia and 
Increase with hypothermia. The MEP deteriorated 
above U2^C and below 2S^C. 

Core body temperature has a significant effect 
on the MEP and should be considered when 
interpreting changes in this signal. 



BE12-Y.3 

Effect o f Dispersion on Comnr ~d Action Fields of 
Peripheral Nervs 

G. Curio*, S.N. Erne*, L. Trahms 

Phys.-Techn. Bundesanstalt- Institut Berlin - FRG 

+ Freie Universitat Berlin - FRG 

Recently, we reported on the first biomagnetic de- 
tection of Compound Action Fields ( C -'^ ) of peri- 
pheral nervs in vivo. Surprisingly, the morphology 
of the signals was monophasic and not in agreement 
with the expectation on the basis of a simples 
couple of current dipoles. We present here a mo- 
del calculation to show that this morphology is 
the consequence of the dispersion due to the dif- 
ferent propagation velocities of the neuron popu- 
lation. 



359 



O 1988 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 339 

ERIC 



Biomedical Ensineerlng Scientific Papers 



BE12-Y.4 

The Effect of a Refractory Preiod on 
IPFM in the Nervous SysteiS, T.Matsuoka 
and H.Horitat Utsunoiiya University, 
2753 Ishii-Bachi, Ut^unoaiya, Japan. 

It has been shown that in the norvous systens the 
■ethod of signal transaission is integral pulse 
frequency aodulation (IPFM) and a refractory pe- 
riod exists after occurrence of pulse. The refrac- 
tory period consists of absolute refractory pe- 
riod (ARP) and relative refractory period (RRP). 
In this paper, the effect of the refractory period 
on IPFH is studied a.ialytical ly and through coa- 
puter siaulation. It is found that the refractory 
period gives the following effect to IPFM. 

1. In IPFH with ARP, pulse density increases In 
proportion to the logarithmic value of input sig- 
nal and is led to saturation. Due to these two 
characteristics. S/H of IPFM does not decrease 
for additive Gaussian noise. And ARP causes syn- 
chronizing pulse train with Input periodic signal. 
The period of the input signal can be known by 
use of the synchronization. 

2. In IPFM with RRP. the change of pulse density 
with input signal is saaller than in It without 
RRP. Consequently, dynaaic range of input signal 
becones wide. 



BE12-Y.5 

Chemical Sensing Based on Concentration 
Effects on Neuron Membrane Properties, 
R.S. Skeen,*»t b.J. Van Wie,t S.J. Ring* 
and CD. Barnes,* tchem. Engr. Dept., 
+Dept. of Vet. and Camp. Anat., Pharm. 
and Physiol., Washington State University, 
Pullman, WA 99164-2710, 

The purpose of this work has been to explore 
the potential of monitoring changes in neuron mem- 
brane properties as a means of chemical sensing. To 
study this, the effects of ethanol between 0.2 M and 
1.0 M, and n-butanol bet\veen 0.016 M and 0.063 M 
on the repetitive firing frequency of neurons from the 
snail Ltmnea stagnalis were measured. Results show 
that both alcohols induced concentration dependent 
dianges in the firing frequency-stimulating current (F- 
I) relationship. Normalization of data reduces varia- 
tions between individual neurons creating a conunon 
basis for comparison. This allows the nei ons to be 
classified into groups that show distinct normalized 
firing frequency response profiles to alcohol concen- 
tration. Good reproducibihty of response within each 
group IS shown. These findings are discussed in rela- 
tion to the development of a neuron-based solid-state 
chemical sensor. 



BE12-Y.6 

A Suggestion about the Use of a single Paraieteric 
Criterion to Representing the Excitability 

Da?ong Jiangt , Shaohua Zhang 
Institute of Bioaedical Engineering 
Xi'an Jiaotong University 
X!*an , China 



Excitability is one of the fundaiental properites of biological 
tissue . It is gererally recognized that Intensity-Duration Cu»ve 
can properly represent the excitability . The curve is usually 
interpreted by Reiss foriuia i = a/t t b , which contains two 
paraieters to deteriine the sheap of the curve . Soae scientists 
use rheobase and chronaxie to describe excitability and soie 
scientists suggest use excitability and another ter« irritability 
to represent excitability . All these representations involve t«o 
paraieters . In practise, if ue can describe excitability with a 
single paraieteric criterion instead of tw, it will be convinent 
to coipare the variation of excitability in different conditions . 
We consider the liniiui distance of i-t curve to origin can brief- 
ly represent the sain characteristics of i-t curve . Based on this 
idea Me suggest the liniiui distance (R) as a single paraieteric 
criterion of excitability . The validity of the idea is deionstra- 
ted by experiients using sci ate- fibular nerve of toad under diffe- 
rent conditions . 



BE12-Y.7 

A device for monitoring EMG spontaneous 

activity during tetany (*)a. Pepino, 

R. Castaldo, M. Bracale, A. Starica(***) 

B. Rossi (****). *univ. of Naples Electr 

Dept. Via Claudio 21 Naples (I) 

**Univ. of Pisa Inform. Dept. C. so 

Italia 40, Pisa (I) 

***Univ. of Pisa Neuro, Clinic Via 

dei Savi, Pisa (I) . 

The automatic analysis of the EMG spontan- 
eous activity recorded during the activa- 
tion tests (ischemia, hypernea) supplies 
quantitative data on tha extent of electro- 
lytic changes induced by this syndrome A 
specially implemented algorithm applied to 
the EMG signals makes it possible to 
quantify the observed amount of the EMG 
spontaneous specific activity that is 
correlated to metabolic disorders. A 
friendly-user device which is based on the 
previous algorithm has been designed, it 
performs an automatic recognition of 
spontaneous EMG activity and provides on-line 
a graphical representation and chree 
measurement parameters of the biological 
response to the activation tests. 



3S 



9An 

r n I ^""^ Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



Biomedical Engineering Scientific Papers 



BE12-Y,8 

EvaZuaZion oi Tkin -Fitm, dumbeA-Typt 

M» Hill and 0. Prohaska, Case Western Reserve 
University, Cleveland, OH 44106* 

Safe and affective neural stimulation demands 
minimal damage to tissue and electrode, while 
maintaining sufficient current and charge 
densities to functionally stimulate. With 
recent advances in solid-state technology, a 
new chamber-type microelectrode has been 
fabricated* Based on the geometrical design 
and a differential current density theory, the 
design meets these demands. 
Evaluation of the chamber- design was made by 
performing comparative in vitro stimulation 
experiments between Au thin-fxlm microelectrodes 
with and without the chamber. The criteria of 
evaluation were light microscopy observations 
and potent iographic methods. Increased current 
passing capabilities of the chambered- elect rode 
was demonstrated; however, due to a non-uniform 
current distribution within the chamber, some 
concentrated edge corrosion occurred. Computer 
modelling aided in optimizing the chamber- 
geometry to reduce this non-uniformity and 
corrosion potential. 

The realization of an improved microelectrode 
for stimulation has been shown. 



BE12-Z.2 

Prequenqy^^ection of >Seridlans In Chinese Kediclne, 
T. L. Hsu , W. K. Wang , Y. Y. Un Wang and y. 
Chiang, Bioplvsicj Lab., Institute of Physics, 
Acadanla Sinica, Joiait appoint with Instiuite of 
gUxDedicdl Englneetdi^, Yang-Ming Medicad Collage, 
Department of Physics, Natlcral Talvran Nannal Unlve3>- 
sity, Taipei, Taiwan, R.O.C. 



^Serddian8, the hypothetic lines vAilch connect groups of acu- 
puncture points, play very Important roles In both Chinese 
medicins and Chinese Kung-F\j. The acupuncture points on the 
sane meridian were suspected to be a series of arterial trees 
connected ty sane artery and aQ.1 these arterial trees on the 
sane meridian might resonate with similar ft'equency or fre- 
quencies as the multiple of heart rate. 

IheoretlcaOL derivation using a haa>Qgenous electri' circuit 
analog model suggested two selected resonant frequencies, ens 
cane ftran the artery and the other one cane fixm the arterial 
trees. It adso Indicates that if the arterial trees on the 
sane meridian could be modulated to a better rescnant condi- 
tion, the blood pressure wave would propagate witli less atte- 
nuation and larger speed. Since pressing the acupuncture 
points could change the vltrational c<»)ditior. eo is the x'e- 
sonant frequency. This mechanian also provides explanatlOT 
of the medication effect of acupuncture. The releasing "Chi" 
effect In Chinese Kui>g^ mi^t be adso due to the modulation 
of resonant frequencies of the arterial trees ty cwitroHing 
the well trained nxiscle tone around the arterial trees. Sense 
experimental results will be discussed. 



BE12-Z.1 

The Theory of * Channel and Network* and 
' Breath • in Traditional Chinese Medical 
Science and Its Relation with r .oelectri- 
city, Gu Zhimin and Yu Guorui, Res Ctr. 
Shanghai 

A great deal of experiments on animals and 
human body has come to the discovery that 
the characteristics and effects of 'Bio- 
electricity* are extremely similar to those 
of 'Breath' recorded in ancient China's 
medical books. This 'Lreath* doesn't mean 
the air one breathes. Its substantial base 
is the 'Bioelectricity' through an invisi- 
ble system of 'channels and Networks'. 
In accordance with this doctrine, the 
Equilibrium Detector for Channels and Breath' 
and Equilibrator for channels and Networks' 
have been developed. Emitting a micro-current 
pulse, these two instruments may balance the 
effect of positive and negative bioelectri- 
city, make the blocked 'Channels and Networks' 
through, and, therefore, give satisfactory 
cure effectiveness confirmed by clinic 
applications to about 200,000 patients/times. 
The figures of entire recwery of some 
diagnosis as follows: 

Cervical vertebra 83.0% Sciatica 39.4% 

Antrum gastritis 87.0% Chilblain 88.5% 

Obliterans arteritis 80.0% 

Facial paralysis 92.^% 



BE12-Z.3 

Implemental System for Diagnosis, 
Treatment, Teaching and Consultation 
of Chinese Traditional Medicine, Wei 
Jizhou*, Jit\ng Chunxiao, Wei Sudan, 
Chen Ziaoguang, and Liu Hongjian, 
Bethune Medical University, Xin Min 
Avenue 6, Changchun, Jilin, P.R. CHINA. 

Implemental System is built on the basis 
of artificial intellectual faculties — 
Specialist System. Actually, it is a 
neutral (an empty) program. As long 
as the data of theoretical designs of 
medicine are inputted, the eleccronic 
computer world automatically produce a 
specific specialist system. It is 
constituted from the knowledge stock of 
intellectual faculties, data stock, in- 
ferential machine of an association, 
renewal of knowledge, explanation etc. 
300 different diseases have been tested 
and verified, all fulfilled the design 
requirements and achieved good result. 
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BE12-Z.4 

Real time multifunction pulse 
diagnosis analyser, L.Yu*, 
D*K*Lu, J.K.Sun. Oceanic U. 
of Qingdao. Qingdao, P. R.China 

Pulse diagnosis is important in Chinese 
traditional medicine. Doctors test the 
pulse of the artery of wrist and pick up 
informations from the feeling of fingers. 
There are pulse analysers that can measure 
cid record pulse's wave form and amplitude 
but all can not be used simultaneously 
with the finger test, so that it is not 
very useful for clinical diagnosis. 
We designed a new kind of pulse analyser 
that get rid of this trouble. Its sensor 
IS a multilayer thin and flexible transdu- 
cer. It can be used under Doctor's finger 
and measure and record the w. form, amp- 
litude, static pressure simultaneously with 
Doctor's finger test. It can measure three 
positions of the artery at the same tim-3, 

n^n ?i^°n?!^^ ^^^^ synchronously with 
CEG^ACG PCG,etc. So that it has ail the 
luactions that dettiaad by finger test. 
An introduction of this pulse analyser is 
provided witn the records of several kinds 
of pulses, and also some coj^oined data with 
other kind measurements. 



BE12-Z.5 

Sisnl eM MomU(a Ptoctaisi in BioKiit^ S^iioiTki iid ^ 
on'TaditioMl Chittse HediciM, Ziao PiBi-Yn^ aod Be Ziea-Ya, Dilital 
SUail Procttsini Eeiearci Croup, fisdio Departaeat, KaajiBi lutiiate of 

Eapidly derelopini, tie sigaal aad inforsatioa processiui lis beca pl&yia< & 
lore^ asd lore iiporUat role ia ledical scieace aad biwedical ec^ineeriai 
aad ia fceiiaaki a iaflueace oa traditioaal aiaese lediciae, 0?er tie last 
decade, tie preseat autioas, ia cooperatioas witi tieir coUea^jea, uare 
deToted tieisel?e8 to tie stodies of new teoiai^piefi of sijaal aad 
iafonatioa prcceisiai aad tieir applications ia sedical scieaces, boti tie 
festera aodaicese, 8e?eral dosea researdi papers iaye beca jablisied ia 
KS, IFiC aad otier iatersatioaal orjaniiatiozis* joureals, traasactions aad 
otier periodicals, read oat at tieir wrhiops, coaferences, srsposiias aad 
coairesses, aad swe reseani adiiereieats were reiarded b; fllmt national 
awards, ftis paper jives a lodern perspective oa current status of tie area 
aad tie aatiora* wrh lAetier tie; iave been poblisied or not. Kile all 
aspects of Ue area are discussed, eapiases are liven to tie followini: 

t oceniiiensional signal processini ai^lied to ECG, EBG, KBC, BSjaad 
otiers; 

t xedical injini; 

* tie (Jinese tiical ideas based artificial iatelliitace for autoiatic 

detection aad recosaition of diseases froa tie signals aad imes; 
t aedical eipert sysleas, boti tie ifestera and Chinese; 
t iospit&l aacajeiettt autcaation. 
Befereaces of tie psblisied aaterials are given. 



BE12-Z.6 

A Fuzzy Attribute Syntatic Method Classifying 
and Recognizing APPCM, Zhang wei-lian, Tian 2hi- 
fen and Wang Ai-minf Northeast 
University of Technology, P.R. China 

Recently, how to mai^e an objective recognition of 
the Arterial Pulse wave Pattern according to 
Chinese Medicine by a computer system instead of by 
physician'^ palpation has been int* ested by many 
researchers. In the paper a new method of the 
APPCM recognition is presented, in which 28 kinds 
Oi. single arterial pulse and 10 kinds of unusual 
pulse according to APi^M are recognized. The fuzzy 
feelings of the physicans of Chinese medicine are 
classified using a fuzzy attribute region and for 
P^f|^J;"e^o"t the^main features of different arterial 
vavefoA*.i3 a series appi^oaehes are proposed, e.g., 
peak-unit expression, period estimation, baseline 
fluctuation correction and noise filtering. More- 
over in the method proposed in the paper arterial 
pulses are classified into four groups according to 
the different ways of the pulse distortion, i.e, 
rate cdstortion group; period distortion group; 
form (distortion group and position distortion 
group. 

A computer system for APPCM recognition is set up 
in the hospital, where the data sampled in the 
General Railway Hospital of Shen Yang are classi- 
fied and recognized. The simulation results ob- 
tained by the system are in keeping with that by 
the Chinese physicians in clinical practice. 



BE12-ZZ.1 

On the Skape of the Relaxation Curve of Remanent 
Magnetic Field Produced by Magnetic Particles in 
Cellst 1. Nemoto*, K.Ogura and H. Toyotama, 
Tokyo Denki University, Hatoyama, Saitama, 
Japan, and Stanley Electric Co., Tsukuba, Japan. 

Ferrimagnetic particles ingested by macrophages 
produce a weak magnetic field around the cells whe.i 
strongly magnetized by an external field. The field 
from the cells decays with time (relaxation) due to the 
movements of the microstructures of the cell. The 
measurement of relaxation is expected to provide 
information on the activities of intracellular motility. 
We previously proposed a model for the phenomenon, 
employing the rotational Brownian motion in which 
th -rmal agitation kT was replaced by some unknown 
energy Er. According to this model, relaxation curve 
should decay as an exponential curve. However, actual 
cu' ^^es show a large deviation from a single exponential 
curve. This does not necessarily mean that the model is 
inappropriate. The deviation may be explained by 
distributions of the parameters involved in the model. 
They are particle size, the size of the phagosome or 
lysosome containing the particles, the energy Er and 
the apparent viscosity. Taking into account the 
distribu *on of the parameters would make the curve 
fitting^ easier but more arbitrary. The question is not 
one of how precisely the curves can be fit but which 
model reflects the actual process better than the others. 
As yet we can not give a definite answer but, instead, 
we have several models, the data they would produce, 
and their interpretations. 
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BE12-22,2 

Magnetojiioresis for Separatiai of Monocytes and 
Diagnostic Evaluation of the Phagocytic Capacity/ 
H.Minamitani*/ T.Shimarura and M.Aiba/ Keio Univ., 
Hiyoshi 3-14-1/ Kbhoku-ku, Yokohaita 223, Japan. 

Magnetophoresis is a new method to separate nonocytes 
phagotyzijig iron dextran microsheres am" to evalua- 
te the phagocytic capacity in patients \vith liver 
diseases based upon the separation ef f ^cy of the 
monocytes from mononuclear cells under iragnetic 
field. Mononuclear cell suspensions were prepared 
from heparinized peripheral blood in the patients 
and in healthy volunteers by density centrifugation. 
Ti>e mononuclear cells were incubated with Iron 
dextran microspheres at the ratio of 20 particles 
to 1 cell at 37°C for 30 min and dropped in a glass 
chairber filled with RJMI solution. High DC iragnetic 
field of 6 kG was applied to one of the outer wall 
of the chamber and a cover glass was placed in the 
corresponding inner wall. Magnetic micro^here 
jtogocytized mDnocytes migrated tabards the glass 
while the other mononuclear cells such as lyitphocytes 
fell davn onto the bottom of the chaitber. Both the 
monocytes and lyn^hocytes were fixed/ stained and 
observed under vital microscope to count the phago- 
cytized monocytes and the other cells. The monocyte 
phagocytic capacity was calculated frcm the ratio 
of the migrated monocytes to the others. The results 
showed that the phagocytic capacities of hepatona 
and liver cirrix>sis becaire significantly lower than 
those o^ healthy volunteers, and that the magneto- 
phoresis /as extrenely available to evaluate the 
phagocytosis. 



BE12-22,3 

Feedback Control of a Cobe 2997 
Centrifiigal Cell Separator, S. Wooten*, 
J. N. Petersen, B. J. Van Wie, Chemical 
Engineering Department, Washington 
State University, Pullman, WA 99164-2710 

In order to obtain more efficient operation of a 
COBE blood cell centrifuge (Model 2997, SS II 
chamber), modifications were made to allow complete 
computer control. The clinical cell separator was 
interfaced to a microcomi)uter for automatic feedback 
control of interface position. An optical sensor was 
used to indicate total cell concentration in the buffy 
coat product stream. This cell concentration is used as 
an indicator of the chamber interface position. A 
feedback control scheme was used to control the 
interface position by automatically adjusting the red 
blood cell and plasma product rates. Usin^ this 
controller, an operator can easily maintain interface 
position, and thus total cell concentration in the buflfy 
coat product stream. This controller has allowed us to 
investigate optimal operating regions for the 
centrimge. 



i:,stablishment of the Tierhod of 
Hybridom-i uytoelectrophoresis Assay, 
X.Yan*, J.rfang, S.Zhang and X.Ling, 
rianoin Cancer Institute, fianjin, 
China (P.k.C.) 

A novel serodiagnjsis netnjd with iionoclo- 
nal antibodies, hybridona cy toelectrophore- 
sis assay, and its application for detect- 
ing PA3 antigen in sera of lung cancer pa- 
tients are described. The method was deve- 
loped on the basis of the theory that hyb- 
ridoma cell surface electric charges can 
be affected by the binding reaction^ an- 
tigen and antioody. riybridornd oell line 
PA3 producing monoclonal antibodies to lung 
cancer ^as used as the natural "biobeads" 
earring the antibodies-. Off all 1c3 Cdses, 
PA3 cell sloping rate >355v '^as f-und in 35 
of 46 lung cancer patients (positive rate, 
76.08%), 8 of 35 patients .^ith other can- 
cers (22.86%), 3/32 for benign diseases of 
lung (9.387.) and only 3/50 for normal per- 
sons (6.00%). The sensitivity, speci ic, 
accuracy and repeatability were characteri- 
zed. The results suggested that this new 
technique be a potential biomedical and im- 
munological method in serodiagnosis of lung 
cancer. 



BE12-Z2.5 

sequential clffects of 3upivacaino 
Combined //ith Hyperther-nia on Tumor 
Cell Surface Electricity, J.. Vang, 
X.Yan*, ^. Zhang and T.Zhang, Tianjin 
Cancer Institute, Tianjin, China 

.Sequential effects of bupivacaine combined 
//ith hyperthermia on che membrane c^lectric 
charges of numan cervix carcinoma cell line 
neli were investigatea . The results of cell 
el^.-ctropLO:esi^ assay indicated that the 
slowing rate of cell migration for the tre- 
atment S'quence of bupivacaine before heat 
i,3H sequence, 79.2,0 ^as significantly hi- 
gher than that c"" reverse sequpnce (HB se- 
quence, 64.0,., P<0.01). comparing //ith H3 
sequence, colony formation rate of Hela 
cells dropped from 49.33% to 37.3Ja wheii 
cells were treated with BH sequence, shov/- 
ing that Bri treatment afforded more prono- 
unced tnermosensitizing effect than HB tr- 
eatment did. The speed of cell migration 
showed a positive relationship //ith colony 
formation rate (,r=0.S76, P<0.05). The evi- 
dence suggested that the dif erence of th- 
ermosensitizing effects between BH and HB 
sequential treatments be most likely rela- 
ted to the different changes of cell surfa- 
ce electricities inflicted by the two re- 
verse sequences. 
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BE13-A.1 

Structural Modeling of Soft Tissue Mechanics, 

Institute of Technology, 

Haifa, 32000, Israel 

The mechanisms vhich give rise to the mechanical 
response of tissues are intimately associated with 
their structure ami composition. The most important 
structural elements are networks of long fibers 
(primarily collagea and elastin) and a fluid-like 
matrix consisting oi water, small solutes and pro- 
teoglycan macroHolftcules. The following features 
must be considered in dcjveloping structural mater- 
ial laws; a. The fibers at rest are generally 
undulated in a nonuniform manner, b. The fibers' 
orientation is generally nonuniform as well but 
often preferred orientations exist, c. The nega- 
tively charged groups on the glycosaminoglycans 
afford them with osmotic properties. 
Under tensile deformations the contribution of the 
3iatrix is very small. Under compressive loading, 
on the other hand, the matrix contribution is of 
essential significance. Stochastic models which 
relate microstructure to overall mechani -al 
response have been developed for fibrous tissues in 
general and for specific tissues such as tendon, 
skin, parenchyma and the myocardium. These models 
can readily account for the observed complex aniso- 
tropic and nonlinear properties of tissues while 
offering a realistic insight into the internal dy- 
namic structure. In addition they can serve as a 
useful tool by which specific pathological proces 
ses can be diagnosed based on mechanical tests. 



BE13-A.2 

STRESS-STRAIN RELATIONSHIP OF THE 
THORACIC AORTA 

H W Weizsacker, J Vossoughi; T D Kampp, 
Physiol ogisches Inst Der Karl-Franzens- 
Umversitat Graz Austria, Catholic Univ of 
America, Wash DC, Univ of S Cal i fornia-LA 

Cyl inc cal segments of rat thoracic 
aortas ^ere subjected to simultaneous 
axial stretch and internal pressure in the 
physiological range of deformation. The 
passive elastic properties of the aortic 
wall were analyzed in terms of Kirchhoff 
stresses and Green-St Venant strains by 
plotting the stress-strain relationship 
for several constant levels of complement 
tary strains. From curves so obtained, 
the 1-st partial derivatives of stress 
with respect to strain were computed and 
plo^-ted as a function of strain. 

The results show thac the axial stress- 
strain curves are roughly similar to the 
circumferential stress- strain curves in 
that the slopes of the curves are finite 
initially, go through an inflection and 
rise steeply at large strain levels. The 
S-shape of the stress-strain curves is re- 
flected in the curves of partial deriva- 
tives which are concave upward displaying 
a minimum at strain levels occurrinq In 

VIVO. ^ 



BE13-A.3 

A New Approach to Vascular Mec* anics 



J.D 



Humphrey"^, R.K. Strump'.^ & F.C.P. Yin"** 
University of Maryland and +Johns Hopkins 
Medical Institutions, Baltiaore, tlo U.S.A. 

Despite extensive efforts, there are no 
uniformly accepted stress-strain relations for 
blood vessels. Possible reasons for this may 
be (1) the use of purely phenomenological 
relations, which cannot directly account for 
load-induced changes in the structure, and (2) 
the lack of appropriate experimental data. 
Thus, we suggest a structurally -motivated 
approach to formulate pseudostrair.-er.cr"^' 
functions, W, for variot:s vessels. The 
analysis includes large deformations, 
nonlinear material behavior, load-dependent 
anisc^tropy, material heterogeneity, incom- 
pressibiiity and residual stresses. Using 
this approach we identify naw experimental 
protocols necessary to quantify the material 
symmetries of blood vessels and determine 
specific functional forms of W directly from 
data. 



BE13-A.4 

A Layered Cylindrical shell Model for an 
Arte' Hilmi Demiray*, Research Institu- 
te for Basic Sciences, Box 7^, Gebze,Ko- 
caeli-TURKEY, and Raymond P.Vito, Georgia 
Institute of Technology, School of Mecha^ 
nical Engineering, Atlanta, OA 30332, U.S.A. 

Assuming that an artery consists of an orthotropic 
medial and isotropic adventitial layer, a set of 
strain energy density functions for each layer is 
introduced and the values ^of material coefficients 
are obtained by comparing the analytical results 
of a bi-axially stretched specimen with those of 
experimental measurements. Having determined the 
material coefficients, a two layered cylindrical 
shell model is introduced and the aistributions 
of stresses through arterial wall and the inner 
pressure as a function of aeformation are obtained. 
In this model, although the radial stress is 
continuous at the interface, the slope of it and 
other normal stress components become disconti- 
nuous. This result is due to assumptions we have 
made about the layered structure of arteries. 



^ U 4{ 
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BE13-A.5 

RHEOLOGICAL BEHAVIOUR OF 

BIOLOGICAL POROUS MATERIALS : 

VISCOELASTICITY AND 

PORORELASTICITY. 

Olivier LE GALLO, Salah NAILI, 

Didier GEIGER*; 

UNIVERSITE PARIS VAL DE MARNE 
Laboratoire de M^canique Physique 
94010 CRETEIL FRANCE 

Many composite materials of biological interest are made up 
by a solid elastic matrix embedded in an interstitial viscous 
fluid. To study the Theological behaviour of these materials 
their diphasic character is to be considered. So, if a 
viscoelastic approach seems adequate to describe their 
behaviour, only a diphasic model, taldng into account the fluid 
dynamics in the solid matrix, leads to a physical interpretation 
of the mechanical properties of these niaterials. 
To determine the stress and strain fields in the whole medium 
(fluid and matrix), as well as the pressure in the interstitial 
fluid, the poroelasticity theory has been developped (Biot, 
1941). 

In this study, we point out the fact that an overall description, 
using the viscoelasticity theory, does not have any intrinsic 
meaning, and so that this type of model is only suitable to 
characterise the mechanical properties of the material in a 
given situation and for a given state of loads. 
We suggest also a new method to integrate the poroelasticity 
equations and compare the theoretical results to experimental 
measurements. 



BE13-B.1 

ON VARIATION OF MECHANICAL PROPERTIES OF 
AORTIC TISSUE 



J Vossoughl* School of Engineering and 
Architecture, The Catholic University of 
America, Washington DC 20064 



Several factors f^uch as age, anatomical 
location, disease type and stage, etc 
effect the mechanical properties of blood 
vessels* This paper systematically stu- 
dies the variation of mechanical proper- 
ties of thoracic and abdominal bovine 
aorta along the circumference as well as 
along the length* Past work indicates 
that the stiffness of the vascular vessel 
varies along the aortic tree but not sig- 
nificantly. In this work it is shown that 
the stiffness along the length of the 
aorta varies much more than it was re- 
corded .before. 

Also it is shown that the stiffness of 
the aorta at any given location along the 
length varies depending on the location 
along the circumference of the aorta* It 
is shown that the aorta is stronger along 
the dorsal axes and weaker along the 
ventral axis • 



B:13-B.2 

Indirect Measurement of Elastic Modulus 
& Diastolic Pressure in Human Finger 
Arteries by Cuff -vibration Technique 
K.Seki*, H.Shimazu, H.Ito, A.Kawarada, 
M.Akimoto, & K.Yamakoshi, Dept Physiol, 
Kyorin Univ, Mitaka-shi, Tokyo; K.Yamakcshi 
is in Res Inst, Appl Electr, Sapporo-shi, 
Hokkaido, Japan 

Diastolic pressure (P, ) and volume elastic 
modulus (E ) defined as AP/(AV/V ) were 
indirectly ^measured by vibrating a° finger 
with a 10 Hz sinusoidal pressure during a 
gradual decrease in occlusive cuff pressure 
\?c). Sinusoidal and pulsatile changes in 
volume (AV) and its ratio against the mean 
arterial volume (AV/V ) were detected by an 
infrared photoelectriS plethysmograph . It 
is known that volume chanc, xn an artery 
shows a maximum amplitude at the transmural 
pressure (P. ) equal to 0 mmHg due to the 
nonlinear visco-elastic property of arte- 
rial wall. For the same reason, the ampli- 
tude of sinusoidal volume variation reaches 
its maximum at the end-diastolic phase when 
Pc was controlled to be exactly equal to 
Pj. The indirect P^ values determined by 
tnis method were compared with those simul- 
taneously measured. Using the vibration 
technique systolic, mean and diastolic 
pressure can be indirectly determined by 
means of the volume oscillometric method. 
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BE13-B.3 

Non~lnvasive evaluation of venous 
compliance and arterial resistance in 
the forearm, P. GIZDULICH *, Fisica 
Medica - University di Firenze, M. 
GUERRISI & A. MAGRINI, Fisica Medica - 
University Tor Vergata - Roma, F. 
XELLAMO, Fisiopatologia Medica -* 
University Tor Vergata - Roma, Italy 

Dependency oZ forearm venous compliance and 
arterial resistance on increasing venous 
pressure, due to prolonged venous occlusion, was 
investigated. Sudden cuff inflations of 30 
torr, starting from various cuff pressure 
v^^ltiea- were carried out. Beat-to-beat arterial 
pressure in a finger was recorded by a 
calibrated servo-plethysmo-manometer (FINAPRES) . 
Increases in forearm cross section area were 
recorded by a strain-gauge plethysmograph . 
Venous compliance was calculated from the 
asymptotic value of the plethysmographic signal 
and the cuff pressure. Blood flow was evaluated 
from the initial slope of the plethysmographic 
signal. Results show that blood flow varies 
significantly with the venous pressure. Arterial 
resistance and venous compliance did not show 
any significant dependance on venous pressure in 
the investigated range of venous pressures (0-60 
torr) . 
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BE13-B.4 

Effect of exercise training on biochemical 
and bionechanical properties of rat aorta, 
T. Nosakat M. ^^^ts^^da, M.Sato, N. Ohshima 
ai'id H. Fukushima, University of Tsukiiba, 
1-1-1 Amakubo, Tsukiiba, Japan 

We studied the effect of prolonged i^sical ex- 
ercise on the fibrous proteins of rat aorta, 
associating with the aortic wall elasticity. 
1V;elve male rats were divided into 6 sedentary 
control rats(C) and 6 training rats(T) that 
voluntarily in a free wheel from 9 weeks to 
?5 weeks of age. 

The aortic elastin and collagen contents in T 
were not significantly different from those in 
C. The content of calcium in elastin was lower 
in T than in C. Elastin isolated from the 
training rats shaved significant decreases in 
some of polar amino acids. The incremental 
elastic modulus values were significantly lower 
in training rats thaii in controls, at the 
extentiun ratio of 1.5 and 2.0. 
We conclude that prolonged voluntary running 
from an early age provides training rat with a 
extensible aorta, relating to elastin with 
fewer calcium deposits and degenerative 
changes. 



BE13-B.5 

EFFECT OF ENZYME DEGRADATION ON THE 
PARAMETERS OF A CONSTITUTIVE MODEL OF THE 
CANINE CAROTID ARTERY, Thomas R. 
Canfleld, Ph.D.*, Loyola University of 
Chicago, Strltch School of Medicine, 
Maywood, IL. 

A constitutive model of canine carotid 
has been developed. It is hased upon a 
symmetric formulation in the three princ- 
iple strains. The artery Is assumed to be 
Incompressible and behave as a thick 
walled anisotropic tube. The properties 
can vary across the wall thickness. The 
parameters of the model are estimated by 
minimizing the weighted squared error 
between estimated and measured values of 
diameter and Icngltudlnal distending 
force as a function cf pressure and 
longitudinal ^ extension. The model Is 
currently being used to evaluate material 
changes induced by selective degradation 
of the arterial wall with the enzymes 
collagenase and elastase. The results of 
T ' ese studies will be discussed. 



Anisotropy of Isolated Perfused Striated Muscle 
During Passive and Tetanized States. 

R. K. Strumpf*, J. D. Humphrey"^, F. C. P. Yin*. 



.Johns Hopkins M dical 
■''University of Maryland 



Institutions and 



There are no data comparing the stress-strain 
relations of passive and active striated muscle 
under simultaneous biaxial loading. We measured 
the biaxial stress-strain relationship in 10 
isolated, perfused canine diaphragms. Specimens 
of uniform thickness and fiber orientation were 
simultaneously loaded in the fiber (F) and 
t^ipeiidicuiar cross-fiber (Ct) directions. 
Deformation was measurea in the central region. 
Equibiaxial stretching over the same strain 
range was imposed in F and CF directions both iu 
the passive state and during tetanic 
contraction. Representative stress -strain 
relations are shown below. These data clearly 
demonstrate anisotropy and its dependence on 
muscle activation. 
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BE13-C.2 

ISOTONIC AND ISOMETRIC MEASUREMENTS ^N 
CAROTID ARTERIES, W.W. von Maltzahn , 
R.W. Calcote, S.M. Jayaraman, University 
of Texas at Arlington, Box 19138, Arling- 
ton, TX 76019 

We built an experimental apparatus for measuring 
the mechanical properties of arterial walls under 
both isometric and isotonic conditions. A segment 
from the common carotid artery of a dog was 
mounted on grooved pin connectors between two 
stainless steel cantilever arms, and was submerged 
in physiological salt solution at 37°C. In the 
isometric mode, both pin connectors were attached 
tightly to stationary cantilever arms; in the 
isotonic mode, one pin connector moved freely back 
a*id forth, guided by a sleeve' bushing. Conversion 
from the isometric to t? e isotonic mode was easy. 
Isometric experiments were carried out at constant 
axial stretch ratios of 1.3, 1.5 and 1.7; while 
isotonic experiments took i^lace at constant axial 
loads of 0.5N, l.ON and 1.5N. One strain energy 
density function was used to describe all experi- 
mental data. The function was an exponential with 
a thtse term quadratic polynomial in the exponent. 
The independent variables were the tangential and 
axial Green-St.Venant strains. For most measured 
arteries a reasonable agreement between measured 
and modeled data was achieved. The agreement was 
not as good as one can achieve wh n modeling iso- 
metric or isotonic data only. 
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BE13-C.3 

Models of Myocardial Tissue Swelling. D.K. Bogen* 
University of Pennsylvania, Philadelphia, PA 19104 

Myocardial fluid content, already 80% of the nor- 
mal myocardial volume, can increase when any of 
the fluid compartments (intravascular, intracellu- 
lar, and interstitial) of the tissue is inaeased. While 
the diastolic stiffness of the left ventricle generally 
increases in parallel with an increase in the fluid 
content of the heart muscle, this phenomenon has 
yet to be explained. Insight into this problem can be 
gained by considering several models for nonlinear, 
biphasic, elastic materials which undergo large scale 
swelling. These models partition the fluid spaces of 
the tissue into one or more compartments with 
rod-like and membranous elastic structural ele- 
ments. These models can also be conveniently for- 
mulated in terms of strain energy density functions 
which reflect the amount of tissue swelling and the 
relative partitioning of fluid into the compart- 
ments, as well as the anisotropy of the tissue. When 
this formulation is applied to a simple thick-walled, 
spherical model of the left ventricle, the swelling 
behavior of the diastolic ventricle can be predicted. 
One interesting result of the model is that the ef- 
fects of swelling are strongly dependent on the 
anisotropy of the tissue. 



BE13-C.4 

THE DOUBLE-HEADED CROSSBRIDGE ATTACHMENT 
IN SKELETAL MUSCLE FIBERS 

A Tozeren*, Dept of Mechanical Engineering, 
Catholic Univ of America, Wash DC 20064 

A simple model of a double-headed cross- 
bridge is introduced to explain the retar- 
dation of force decay following stretch in 
skel etal muscle f i bers. The critical 
assumption in the model is that once one 
of the heads of a crossbridge, say head 1, 
is attached to one of the act in sites 
available for attachment, the attachment 
of the second head will be restricted to a 
level of strain determined by the attach- 
ment of head 1. The unique feature of the 
model is the prediction that, in the pres- 
ence of a ligand (PPi, ADP, AMP-PNP) and 
absence of calcium, the half time of force 
decay is many times larger than the in- 
verse rate of detachment found in solu- 
tion, Th 1 s prediction is in ag reement 
with measured values of half times of 
force decay in fibers under similar con- 
ditions (Schoenherg and Eisenberg, 1985, 
Biophys J 48:863-871). Our computations 
show that the apparent cooperati vi ty in 
crossbridge binding experiments ( Brenner 
ec al, 1986 , Biophys J 50:1101-1108) can 
be partially accounted by the double- 
headed crossbridge attachment. 



BE13-C.5 

Collagen Fiber Orientation of the 
Diaphragmatic Central Tendon Quantified 
by Small Angle Light Scaf***=^ring , M.S. 
Sacks* and C.J. Chuong, University of 
Texas at Arlington, P.O. BOX I9I38, 
Arlington, TX 76019 

We are studying the mechanics of the 
diaphragm to further our understanding 
of pulmonary respiration. The 
diaphragmatic central tendon, a 
collagenous structure, transmits forces 
between the costal and crural muscles. 
Our previous work has shown mechanical 
anisotropy in its stress-strain curves. 
To explore the anatomical origins of the 
mechanical anisotropy, we have used ? 
HeNe laser based small angle lighc 
scattering device to quantify collagen 
fiber orientations, since collagen 
fibers are the major force transmitting 
components in tendon . This technique 
allows precise quantitation of the 
direction and degree of orientation of 
the collagen fibers. Results show two 
distinct fiber layers, which are 
oriented perpendicular to each other, 
throughout the tendon. Fibers in the 
layer at the thoracic side are aligned 
predominately parallel to the 
surrounding muscle fibers. (Supported by 
NSF EET8707665 and NIH HL359I4) . 



BEU-A.l 

Oscillatory Flow of Non Newtonian 
Blood Analog Fluids in a Curved 
Artery Model, D. Mann and J, M, 
Tarbell*, Department of Chemical 
Engineering and the Bioengineering 
Program, The Pennsylvania State 
University, University Park, PA 16802. 

The influence of non Newtonian rheology on wall 
shear rate in steady and oscillatory flow 
through a rigid curved artery model was studied 
experimentally. Wall shear rate was measured by 
flush mounted hot film anemometry at 6 loca- 
tions and the following ^ fluids were investi- 
gated under nearly identical flow conditions: 
(1) aqueous glycerin (Newtonian) (2) aqueous 
p^ Zyacr ylamide (shear thinning, elastic) (3; 
aqueous Xanthan gum (shear thinning, inelastic) 
(i]) bovine blood. For steady flow conditions 
there was little difference at any of the 6 
locations in the wall shear rate levels measured 
for the ^ fluids. However, dramatic differences 
were apparent for oscillatory flows, particu- 
larly at the inner curvature 180° from the 
entrance of the curved artery model. For 
example, at that position the peak shear rate 
for polyacrylamide was 5-6 times higher than for 
glycerin and 2-3 times higher than for blood. 
Aqueous Xanthan gum provided the best model of 
bovine blood over all positions and flow levels 
considered. 
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BE14-A.2 

EFFECTS OF HEM ATOCRn\ George B. Thurston: 
Department of Mechanical Engineering, The Univereity of 
Texas, Austin, Texas 78712, U.S.A. 

Testing the viscoclasticity of whole blood provides a 
sensitive indication of the way erythrocytes aggregate and how 
Uiey deform m flow. These rheological properties are strongly 
dependent on the hematocrit, and because of variations in both 
normal and pathological blood, must be accounted for in clinical 
practice. 

^ A viscoclastic stress-strain profile in which both the 
viscous and elastic components of the shear stress are plotted vs 
ttie amphtude of the oscillatory shear strain (measured at a fixed 
irequency) shows characteristics of the blood sample which 
ime direcdy to the microstnicturc of the blood. The elastic 
stress IS proportional to the maximum energy per unit volume 
stored (the maximum elastic energy density developed) during 
the cycle per umt of strain. The viscous stress is proportional to 
the energy density lost in each cycle per unit strain. The elastic 
eiyd^ytes^ ^ process of stretching and orienting the 

In the physiologic range of hematocrits, the viscoelastic 
stress-stram profile retains its basic characteristic inflections 
when the hematocrit is changed by adjustment using the blood's 
autologous plasma. However, changes in hematocrit by 
hemodilution with Lactated Ringer's solution and Dextran 
solution produce characteristics which cannot be accounted for 
on the basis of viscosity of the suspending fluid, and must be 
attributed to changes in erythrocyte aggregation tendency and 
ueformabiuty. 



BE14-A.3 

Th& Comphx Viscosity of Blood in Narrow Capillaries 
Determined Under Oscillating Fhw Conditions, 
D. Schnedltz*. V. RIbltsch. and T. Kenner. Department 
of Physiology and Institute of Physical Chemistry. 
University of Graz, A-8010 Graz, Austria 

The viscoelastic properties of blood and of red blood 
cell (RBC) suspensions are determined by moans of a 
capillary rheometer. where the fluid in the capillary Is 
set Into sinusoidal oscillations. From the detection of 
the volume flow, the pressure gradient and the phase 
angle between both, the viscous and the elastic 
component of the complex coefficient of viscosity of 
the sample is calculated. The frequency of the oscilla- 
tions is set to the fixed value of 2Hz and the amplitude 
of the oscillations is increased in discrete steps. The 
maxinium wall shear-rate \y\ ranges from 0.1 3"^ to 
200 s" (for a 1mm i.d. capillary). Making use of narrow 
capillaries (i.d. from 0.8mm to 0.2mm) the heterogene- 
ity of the suspension becomes of importance. The reduc- 
tion of the tube diameter leads to a marked decrease 
of Ti' and Ti" in aggregating blood samples especially at 
low If I. The extent of viscoelastic shear-thinning is 
decreased as well. From these results we conclude that 
RBC- aggregation facilitates oscillating blood flow In nar- 
row tubes. 



BE14-A.4 

Influence of Physico-chemical factor^s on the 

individual white cell transit time. 

M. THAO CHAN*, B.B. GUPTA** 

* DNTPAiiv^^^^^' Roussel Hoechst, F92800 

** UTC, BP 649, F 60206 COMPIEGNE 

Knowledge on the rheological properties of leu- 
kocyte are essential for the understanding of 
their functional behaviour in health and disea- 
se, including their release from the bone nar- 
row, motion and deformation during phagocytosis 
The Cell Transit Time Analyzer (CTA) detected 
the transit time of individual cells passing 

f5r?r^SnDrr polycarbonate filters 

OLIGOPORE) under low hydrostatic nressur^ 
(0-10 cm of water). 

The histogram and the logarithm curves of fre- 
quencTes distribution of 2000WBC between 0-1 s 
were expressed as well as the number of plugging 
cells during the transit. Hiussing 

Influence of different physico-chemical factors 
^nH c,^^' pressure, temperature, anti -coagulants, 
and suspending media were analyzed. 
The sensibility of the apparatus was demonstra- 
ted in the 3 populations ; controls, elderly, 
peripheral vascular disease patients. 



0 



BE14-A.5 

Shear- Induced Platelet Trauma . 
B. L. Capes and L. F. Mockros*, 
Northwestern University, 
Evanston, Illinois 60208, USA 

Shear stress is well-known to alter platelet 
function and morphology. Quantitative rela- 
tionships are developed to relate various 
indicators of platelet stimulation/lysis to the 
level of stress, t, and duration of that stress, 
t. Platelet-stimulation/lysis is indicated by 
availability of PF-3; changes in platelet 
concentration; release of serotonin, ADP, ATP 
and B-thromboglobulin; changes in platelet 
^SbSJ^sgabllity; and platelet loss of LOH and AP« 
Available data collected with uniform shear 
devices are fit to a functional relationship of 
the form ti^ = IQD, with 'a' generally falling 
between 2 and 4 and 'b* relating to the degree of 
stimulation/lysis and generally falling between 6 
and 16 • The data include shear stresses that range 
from IQl to 10^ dynes/cm2 and exposure times that 
range from 10-3 to 10^ . The developed relation- 
ships can be applied to the non-uniform shear 
fields typical of medical devices. When applied to 
flows through tubes, these relationships are shown 
to predict a degree of platelet trauma that is in 
reasonable agreement with the measured trauma that 
has been reported in the literature* 
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BE14-B.i 

Structure-Function Relationships or the 
Arteriolar Wall, Q*K* Sleek*, Barry 
University, Department of Biomedical 
Sciences, Miami, Florida 33161. 

Arterioles undergo dramatic structural 
changes during vasoconstriction. Little 
Is known about how the arteriolar wall 
directs the rearrangement of its 
cellular components as it changes 
diameter. We hypothesize that 
intercellular junctions" between the 
endothelium and vascular smooth muscle 
(i.e. myoendothelial Junctions - MEJs) 
direct the restructuring observed during 
vasoconstriction. An ultrastructural 
analysis of hamster cheek pouch 
arterioles constricted to varying 
degrees was undertaken to test the 
hypothesis. Our data show that the 
frequency of MEJs in constricted vessels 
is almost twice that observed in dilated 
arterioles (P< 0.06). A preferential 
distribution of MEJs was also observed 
with respect to the deformations which 
occur periluminally. The data indicate 
that MEJs may be labile entities, 
forming and dissociating as the vessel 
undergoes changes in diameter. Our data 
also suggest that MEJs act as foci of 
force transduction between the two cell 
types of the arteriolar wall. 



BE14-B.2 

Mechanics of the Arteriole Wall, R.S, Chadwick*, 
and J, Ohayon, Theoretical Biomechanics Group, 
Biomedical Engineering and Instnimentarion Branch, 
Division of Research Services, National Institutes of 
Health. Bethesda. MD 20892. 



We have developed a two-dimensional mathematical model of 
the arteriole wall to help understand the relationship between 
mechanical equilibrium geometry', transmural pressure, 
vasomotor tone, and elastic contants. The model is comprised 
of three functional regions: an intima represented by a finite 
number of endothelial cells each having a finite cross sectional 
area; a media described as a finite layer of a continuum of 
fluid, collagen, and smooth muscle ccUs assumed to contract 
in the circumferential direction, and; an adventitia considered 
as a ^finite layer of fluid and collagen. With specified 
stress-free reference configuration, transmural pressure, elastic 
moduli, and degree of vasomotor tone, the finite deformation 
of the model arteriole is determined subject to 
incomprcssibility contraints and lateral interactions between 
adjacent endothelial ccUs. Because the problem is nonlinear 
more than one equilibrium solution can be found. We look for 
the solution with minimal elastic strain energy. Usually this 
corresponds to a state where the endothelial cell membranes 
have zero strain energy. Using the model wc found that 
smaller arterioles (having a,greatcr fraction of cross sectional 
area comprised of cells) are much more efficient at increasing 
their hydiodynamic resistance than larger arterioles. We found 
the model is very sensitive to small changes in media thickness 
in the sense that a relatively large increase in transmural 
pressure is required to keep the lumen area constant 



BEi4-B.3 

fiCTIVE MECHANICAL PROPERTIES OF SHALL Ajg-ERXES 
JN SKELETAL HUSCLB. J.//. Lombard*, W.J, 
Scekiel, £, Monos , and H. Eskinder; Dept. of 
Physiology: Med. Coll. Wisconsin; Mllw/iukee, 
WI 53226, USA. 



A tisniflcant coaponant ot calcrovaicuLar raslitanca In 
skalotaL muicLa aay raslda In tha aeaaLL artarlaa To 
aiiass activa rasponaas In Lhasa vaaaala. sraclLla 
•rtorlas (I&9j^7 /ia, o.d.) wara Isolated ^roa anaathatlzad 
rata, oannulatad with mlcroplpattas. and mountad In an In 
vltr<^ chambar which allowad tranacBureL pr^aaura to ba 
controLLid. Activa raaponaas to Incraaao^ in tranamural 
praasura wera axpraaaad as: 1) iaoeoatric tansantlal wall 
tansion. 2) laoaatrlc tanjiantial wall atross. and 3). 
Isobarlc tansantlal wall, strain. Activa tanaion and 
actlvo streaa prosraatlvaly Incraasad In raaponaa to 20 
DaUs Incraaanta in transtaural prassura oatwaan 0 caB$ and 
160 taiaHs (myosanlo activation). Activa atraln initially 
Incraaaad (0-40 oaHs). «nd than ramalnad fairly constant 
throush 160 nsBf. At control prosaura (80Z of naan 
artarial prassur»). activa atraln In tha s^acills srtary 
(-27t2X> was slsnlflcantly hlshar than that In tho lar$ar 
saphanouB artary (-9+21). In contrast, intastlnal 
aasantarlc artarlas did not exhibit activa strain or 
nyosonlc activation. Tha praaanca of actlvo tone and 
Byo5«nlc raaponaaa In snail artarlaa supplylns akelatal 
tsuaola susftoaU that thasa vassals esay have a slsnlflcant 
rola In resulatins vaacular ratlstanca In this tlasuo. 
(NIB #HL-3737*, HIB #HL-29587, 4nd Establlshad 
Xnvestlsator Award UBL) £roo American Heart AsaocletlonJ . 



B£14'-B.4 

Ualt Anatomy and Mechanical Properties 
of Microvessels Skeletal Mi4$clet G.W. 
Schmld-Schbnbeln , T,C. Skalak, F.A. 
Delano, S. Chu, Univ. of California, San 
Diego, La Jolla, CA 92093 and Univ. of 
Virginia, Charlottesville, VA 22908 

The blood vessels in the microcirculation of 
skeletal muscle are completely surrounded by 
muscle cells. In that position the different 
hierarchies of arterioles, capillaries and venules 
have a distinct wall morphology. It contains 
endothelium, basement membrane, a tapering elasti- 
ca intima and smooth muscle along Che arterioles, 
pericytes along a major portion of the collecting 
venules, collagen, wdbt cells, nr.d specific 
structural features in the adventitia, such as 
nerves and lymphatics. Dynamically the blood 
vessel walls are distensible and exhibit nonlinear 
viscoelastic properties. Upon a step transmural 
pressure the diameter ohows an instantaneous 
elastic expansion which is followed by a slower 
time dependent expansion. At long times a new 
steady state diameter is reached. The vessels are 
relatively stiff, and in contrast to blood vessels 
in other organs, venules exhibit the stiff est 
proper tieo of all microvessels. These viscoelas- 
tic properties have many implications with respect 
to blood flow and transport in skeletal muscle. 

Supported by N&F Grant DCB 85-16662 and in part by 
USPHS Grant HL-10881. 
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BEM-C.1 

LENGTH-TENSION RELATIONSHIP OF MAXIMALLY 
ACTIVATED ARTERIOLES. M.J. DavfcT nnri RW. Gor^ . 
Dept. of Medical Physiology. Texas A&M Univ.. College 
Station, TX 77843 and Dept. of Physiology. Univ. of 
Arizona Tucson. AZ 85724. 

Segmental diflercnccs In the microvascular response 
to physical and chemical stimuli may possibly be 
explained in terms of the length-tension relationship of 
vascular smooth muscle at dlllercnt points along the 
vascular tree. To test this hypothesis, we isolated single 
arterioles for study in vitro so that arteriolar pressure 
and activation state couid be precisely controlled. 1st-, 
2nd-, and 3rd-order arterioles (1A,2A,3A; Ld. = 20-60 jmi) 
were dissected from the hamster cheek pouch and 
cannulatcd with mlcropipettes using methods described 
by Dullng and Gore CAm. J. Physiol. 241:H108, 1981). 
Prcssure-diameter curves were recorded for maxUnalty- 
activated vessels in high K+ and norepinephrine solution, 
and for passive vessels in Ca++-free solution over an 
internal pressure range of 5 to 400 cmHaO. Maximal 
active wall tension varied from 600 (3A) to 1600 (lA) 
dynes/cm, but maximal active wall stress varied only 
from 4 (lAJ to 6 (3A) xlG^ dynes/cm^. The average value 
for wall stress is very similar to that obtained in hog 
carotid artery (DUlon et al.. Science 211:495, 1981). These 
results support the concept that snooth muscle from 
vessels of different size is mechanically similar and that 
longitudinal differences in arteriolar wall stress in vivo 
may explain the response gradients observed in the 
microcirculation. Wall buckling in arterioles at short 
radU broadens the peak of the active stress-length curve 
and may extend the pressure range over which arterioles 
arc most sensitive to physical and chemical stimuli. 
Supported by NIH HL.13437, rL.38104 and Tc.x*is AHA 
#85G-063. 



BE14-C.2 

Arteriolar vasomotlon and changes In perfusion co n- 
dltlons — ~. 

D.W. Slaaf; H.H.E. Oude Vrlellnk^ G.J. Tengel^ier 
and R.S. Reneman. Laboratory for Microcirculation, 
University of Limburg, Maastricht, Thv^ Netherlands 

The arteriolar diameter varies rhythmif.ally (vaso- 
motion) even under seemingly stationary conditions. 
The relation between vasotaotion and arterial pres- 
sure reduction and vasodilation was studied in the 
rabbit tenuissimus muscle using Intravital micro- 
scopy. Vasomotion has a limited affect on the re- 
sistance of the transport arterioles (TA) , but its 
considerable effect on the resistance in terminal 
arterioles dominates the flow pattern in the TA. 
Reduction of perfusion pressure leads to effective 
vasodilation and a gradual increase in cycle length 
(CL) and amplitude (A) of vasomotion. Vasodilation 
as a result of vascular relaxation (adenosine su- 
perfusion) did not * ftsult in a change in CL, where- 
as A decreased. Thus, vasodilation per s6 does not 
result in increased a and A. Arterial pressnre and 
blood cell velocity (normalized to diamete ) had 
the strongest relation with the increase In CL. 
Increases in CI over more than AOX occurred if ar- 
terial pressure was considerably reduced with a 
concomitant reduction in flow or increase in effec- 
tive diameter. CL and A do not change as a result 
of simple scaling. The major change seems to be a 
delayed onset of the constriction phase, with minor 
adjustments of the basic vasomocion paccern. 

Supported by MEDIGON 900-517-157 



BEU-C.3 

Myocardial microvasculav properties and the 
prediction of coronary flow, J.A.E. Spaan*, 
University of Amsterdam, Department of Medical 
Physics, The Netherlands. 

One would like to understand the mechanics of 
flow in coronary arteries and veins from basic 
properties of the nicrovessels and their 
mechanical loading by cardiac contraction. 
Under normal conditions intramyocardial blood 
volunje is appr. 12% which amount is increased by 
23% when the heart is arrested. Assuming that 
tissue pressure falls from ventricular luminal 
pressure at the endocardium to zero in the 
epicardiun one calculates an intramyocardial 
compliance value of 0.1 ml/mm Hg. Tliis is close 
to the value derived from the product of 
capillary distensibility and intramyocardial 
bloodvolume. Compression of this intramyocardial 
compliance by heart contraction explains well the 
phasic flows in coronary arteries and veins. The 
intramyocardial compliance leads to over- 
estimation of zero flow pressures if venous 
outflow has not ceased. 

A further analysis of coronay dynamics requires 
more information on myocardial microcirculation 
especially on the non-linear pressure volume 
relation of the microvessels and the distribution 
of pressure and flow velocities in them. 



Leukocyte Behavior at a Bifurcation of 
Arteriole in the Rat Mesentery, 
Masaaki Sato*, Shin-ichi Sakuraba and 
Norio Ohshima, University of Tsukuba.^ 
Tsukuba, Ibaraki 305, Japan 



Leukocyte bahavior at a bifurcation of arteriole 
in the rat mesentery was analyzed by introducing 
a fluorescent dye technique. Diluted acridine 
orange was intravenously infused to observe the 
leukocytes in the microvessels under a 
fluorescence-TV intravital microscope. Blood 
flow velocities and leukocyte flux were measured 
at ?6^arteriolar bifurcation sites. The experi- 
Ticrilal ie«>uics ate summarizea in the form of a 
leukocyte distribution function which is defined 
as the leukocyte flux as a function of the bulk 
flow into the daughter vessels. The leukocyte 
distribution function was nonlinear and the 
partitioning of leukocytes fl»jx between daughter 
branches was strongly dependent on the *?ccentric 
position of the cells at the upstream entrance 
to the branch. Only the leukocytes flowing at a 
central region in the upstream parent arteriole 
were divided between two branches according to a 
sigmoidal distribution function which generally 
expresses "preferential distribution" of partic- 
les at vessel bifurcations. 
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BE14-D.2 

Wall shear rate and velocity profiles in arterio- 
les. D«W« Slaaf* G*J* Tangelder, T» Arts and r»S* 
Reneman, Laboratory for Microcirculation, Univer- 
sity of Limburg, Maastricht, Th<i Netherlands, 

Velocity profiles were determined in vivo in 
rabbit mesenteric arterioles and used to calculate 
least estimates of the actual wall shear rate in 
these microvessels (17-32 urn diameter) • Fluores- 
cently labeled platelets, used as natural markers 
of flow, were visualized by intravital fluores- 
cence video microscopy. Velocity and mean radial 
position of platelets flowing within a thin opti- 
cal section around the median plane of the vessel, 
were determined • Data points could be obtained as 
close to the wall as 0.5 m. The velocity profiles 
were flattened as compared to a parabola. To sa- 
tisfy the no-slip condition a thin layer of fluid 
with a steep velocity gradient near the wall has 
to be assumed. Least estimates of wall shear rate 
(W&R), as calculated using the mean velocity gra- 
dient in this layer of fluid, ranged from A72 to 
A712 s"*^ (median 1700 s"^). These values are at 
least 1.A6-3.94 (median 2.12) times higher than 
those calculated for a parabolic velocity profile 
(WSR-P) with the same volume flow. The ratio WSR/ 
WSR-P might also be used as a least estimate of 
the apparent viscosit> of blood in the arterioles 
relative to the viscosity of plasma. The median 
value of 2.12 com^^ares well with the value of 
approximately 2.3A as found in cat mesentery using 
measurements of pressure gradients. 



BE14-D.4 

OPTIMUM Capillary Network m the Skeletal Muscles 
for Oxygen Transport to Tissue, A. KamiyaT A. Oota 
and M. Shibata, Res. Inst. Appl. Eletr. Hokkaido 
University, 060, Sapporo, Japan 

The optimum capillary network for oxygen (0 ) 
transport to tissue was estimated using Krogh^s 
cylinder mode3 xn the skeletal muscle. The ti-:sue 
mass supplied bv a single capillary m the center 
was estimated as the area of positive 0^ tension 
under a given condition of capillary flow and 
tissue 0 consumption rate. The total mass was 
determined as ti,>^ function of the capillary number 
and total blood flow. The energy cost to maintain 
the vascular system with n terminals i capillaries) 
was assessed by the minimum volume model by Kamiya 
and Togawa (1972). The efficiency of the entire 
system was evaluated by calculating the ratio of 
total tissue mass/ energy cost. The results of the 
calculation using physiological data of muscle 
blood flow and 0^ consumption rate in -nan '^evealed 
the optimum capillary number of (5 - 10)xlO^ and 
the capillary density of 200 - 500/mm^ which coin- 
cided well with the physiological estimates of 
these values in the human skeletal muscles. It was 
concluded that the capillary network system m the 
skeletal muscle is constructed so as to attain the 
highest efficiency in 0^ transport to tissue. 
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BE14-D.3 

Estimation and Aiialysis of Platelet- 
Analogue Concentration Profiles in Blood 
Flow» J. Shane Kippenhan*, Joachim H. 
Nagel, Eugene C. Eckstein, Dept. of 
Biomedical Engineering, University of 
Miami, Coral Gables, FL 3312A, USA. 

Radial concentration profiles of platelet-^ized 
particles in blood flow through small tubes were 
estimated from groups of observations of particle 
distances from tube walls. Methods based on the 
kernel method of probability density estimation 
allowed easier quantitative characterization of 
the near-wall peak that often occurs in the 
distributions; such peaks were difficult to 
quantify with p evious his^cogram methods. These 
methods also yielded a higher spatial resolution 
of the distributions' features. 

Additionally, curve fitting of the Fourier 
transfom of the density estimates was used to 
model the experimental data. This Fourier 
transform represents the "characteristic function" 
that describes all moments (mean, variance, etc.) 
of the data's distribution. Such analytical 
descriptions of the distributions, based on two 
or three parameters, enable compact represen- 
tations of sets of data, thus facilitating the 
study of the rc ^onship between these parameters 
and rheological conditions. 

The above methods can be applied whenever 
handling data that consists of lists of numerical 
observations in one or more dimensions. 



BE14-D.5 

LIPID SOLUBILITY INCREASES THE 
SENSITIVITY OF INDICATORS FOR 
ENDOTHELIAL DAMAGE IN THE LUNG. 
T. R. Harris*, L. E. Olson, and A. Pou, 
Vaaderbilt University, Nashville, TN 37232. 

Tracers such as C-urea (U) can be used in indi- 
cator-dilution curves to assess diffusivity-surface area 
product (D ' S) for the lung vascular capillary 
barrier. A persistent problem is the need to separately 
assess diffusivity and surface area. We have proposed 
that tracers which were both lipophilic and hydro- 
philic might be yseful in such separation. Recently, we 
proposed that C-propanediol (P) could be used to 
eliminate the effects of surface area by observing the 
ratio of D^'^S for U tc that for P (Harris et al. 
Appl. Phvsiol. 62, 1852, 1987). This work showed that 
the square of the ratio of D ' S for P and U (R^) 
decreases from 1.7 to 1.06 when capillary permeability 
is increased by infusion of alloxan in isolated perfused 
dog lung preprrations. Theory developed in this paper 
showed that this implied a 5-fold increase in true 
capillary permeability. This theory also predicts that 
R2 changes from baseline should be even greater if 
H^id solubility of the diol is higher. Thus, we used 
C-butanediol as a tracer and compared it to U in 
another group of isolated dog lung studies. Results 
show that R2 alters from 3.5 to 1.3 after alloxan 
indicating again a 5-fold increase in true capillary 
permeability. These results suggest that partially lipid 
soluble tracers vvhen used with urea provide sensitive 
measures of lung vascular damage. 
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BE14-D.6 

Measurements of Single Capillary Permeability 
of Macromolecules in Skeletal Muscle 
H. Shibata*and A. Kamiya, 
Research Institute of Applied Electricity, 
Hokkaido University, Sapporo 060, JAPAN 

Transport mechanism of macromolecules across cap- 
illary wall has been debated by several investiga- 
iTu.u '^'"'I^ mechanism, we tried to es- 
1.^1 A / T ^fluorescent intravital microscopic 
K-w ^''^f- '"^^surement of single rapillarj 
permeability of macromolecules based on the 

mutf%a'rst7"\h''^ '''''' tenu?ssiL' 
muscle was used for the measurement of local 
ti :>ue concentration curve following the intra- 
hT-' 6?'nnm'" of FirC-conjugated Albumin (ml 
from video-image of microcirculation obtained by 
t?stL "'"'^"^ Huorescent microscope-TV 

was htf I t, "J^^sured tissue concentration curve 
was best-fitted with the theoretical curve in the 
parabolic partial differential equation and the 
?rln."nn.'f^^^ and con.ective(V) components of 
transport across the capi 1 lary wall were deter- 
T.lr i permeability coeff icient(P) was 

calculated from D value as P=0/X, where X s the 

^-Ab/ and FD155 obtained tissue concentration 
curves were 9. 5 ± 5. 9 and 6.8 ± 3. 1 , which va e" 
were well consistent with the values obtained 
whole organ measurements. It was concluded that 
present method is useful to measure the local 
capillary permeability of macromolecules. 

BE14-E.2 

Curvature Elasticity of Mechanic ally- formed 
Lipid Membrane Tethers, Richard E. Waugh*, 
University of Rochester School of Medicine 
and Dentistry, Rochester, NY 14642. 

A tether is a thin cylinder of membrane thp.L 
can be formed from the surface of a cell or bilajer 
vesicle by pulling on a small region ol the surface 
(point attachment). Early observations indicated 
that tethers exhibit elasti'! character, and that 
their radius decreases as the axial force on the 
tether increases. The coefficient that relates 
the axial force to the tether radius is the 
membrane bending stiffness. We have developed a 
new ex*"- ''^aental approach to measure the force and 
radius tethers formed from vesicular membranes 
to determine the membrane bending stiffness and 
test proposed equilibrium relationships between 
the membrane tension and the tether force. The 
force is generated by the negative buoyancy of a 
glass bead that has adhered to the surface of the 
vesicle. The tether radius is calculated from the 
displacement of the projection of the vesicle into 
the pipet. Preliminary measurements of force and 
tether radius fr^m phospholipid membranes of 
stearoyl-oleoyl-phosphatidylcholine indicate a 
bending stiffness of these membranes between 1.7 x 
10-19 and 3.0 x 10-19 m They also indicate 
that the relationship between aspiration pressure 
and tether force predicted on the basis of thin 
membrane theory is not valid. 



BE14-E.1 

E Elson and G. Zahalak*, Washingt.. University, 
St. Louis, Missouri 63130, USA 

T.llTn^.''^''T^^ developed a new instrument, the 
Cell Poker, for measuring cellular deforraabilitv 
and applied it to measure the stiffness of many dif- 

blasts T\"' ''''' erythrocytes! fibrt 

blasts, lymphocytes, and islet cells, in order to 

tab!i:h\\'"'''%"^^ ^^^^"^^^^ also to es. 

tablish a basis for interpreting cell-poker measure- 
inents in terms of fundamental mechanical propertier 

beerin'T ''^'^"''^ '''' ^ "^ich h^d 

SdMS) wS^ "^^"^^ '^''^ Polydimethylsiloxanes 
(PD.IS) were prepared and tested by indenting their 
surface with pokers (O(lOpm) diameter) drivfn by 
ues^of Jh"" ^^"P^^-^^^'f^^t waverorms. The nominal val- 
ues Of the Viscosities of the three PDMS samples 
were respectively 12.5, 30.0, and 60.0 Ns/m2. from 

ation':^^H' "^^^"^^^^^ indent- 

ation at the poker tip it was possible to determine 

Tn h'''"" ^^^^S. This fun™ 

can be characterized by three parameters: the short- 
and long-time elastic moduli, and G^, and viscot 

Seeded rL'^'^P.'T different methods 

yielded (14.5, 24.8, 65.2) and (15.4, 34.7, 78.4) 

valt; 'VTloT''^ ^^^^^"^^"^ "^^^ the nominal 

lated ;o It S"''"^" ^PP^^^^ to be re- 

boundary PDMS-water 



BE14-E.3 

Elcciropcrmcabilizaiion and Fusion of Adhcrcni 
Lipid Vesicles: David Necdhamr Dcparimcni of 
Mechanical Engineering and Materials Science, 
Duke University, Durham, N.C. 27706. 

Lipid bilaycr membranes in close enough contact 
will mix and "fuse" under the action of appropriate 
destabilizing, stimuli. In our experiments, close 
coitact is established by attractive forces between 
membranes (e. g. van dcr Waals forces, the presence 
of non-adsorbing polymer and positive 
diclectrophoresis). Membrane breakdown and 
dcstabilization of contact is made to occur via an 
applied d.c. pulse. We use a technique of micropipet 
manipulation in order to exper:. ent on single lipid 
vesicles or single adherent pairs. The lipid 
composition, mechanical properties and adhesive 
interactions of these vesicles is well characterized. 
A double chamber with transfer pipct allows vesicles 
to be selected from one chamber, transfered mto the 
adjacent chamber, containing the de<!!red solution 
and placed between parallel Pt electrodes. 
Electropermcabilization and fusion is assayed via 
direct observation, and geometry and structure of 
the post-fusion product are determined by 
micropipet suction. Initial results suggest that 
internal volume is con. rved whilst excess 
memoranc area is taken up as an adherent 'flap' 
spanning the lumen of the spherical fusion product. 
This 'Hap' can be peeled apart by the application of 
pipct suction and the membrane is pulled into the 
surface. 
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BE14-E.4 

ANALYSIS OF THE STRE;<GTH OF ADHESION 
BETWEEN A PAIR OF CYTOTOXIC T-CELL 
AND TARGET CELI- 

Aydin Tozerent o-Li Paul Sung and Shu 
Chien» Mechanical Engineering Department, 
The Catholic University of America, Wash- 
ington DC 20064 and Department of Physi- 
ology, College of Physicians and Surgeons, 
Columbia University, NY NY 

A micromanipulation method is used to 
deter-nine the strength )f adhesion between 
a pair of cells by measuring the energy 
per unit area that must be supplied to 
reduce the region of contact between the 
cell pair^ We show that the strength of 
adhesion is not constant during peeling 
but Increases with decreasing contact area 
for pairs of cytotoxic T-cell (FX) and 
target cell (JY). This new finding sup- 
ports the notion that the crosslinking 
protein molecules slide towards the 
leading edge of the separation while re- 
maining attached to both cells. The 
driving force for this movement Is the 
elastic energy stored In the crosslinks by 
the membrane tensions. The strength of 
adhesion of Fl-JY pair is found to be 
three to six times larger than the corre- 
sponding strength of Fl-Fl pair. 



BE14-E.5 

Detachment of Red Blood Cells fror* 
Adhesive Contact with Rigid Substrates 
by Micropipet Suction: Experiment and 
Analysis, D. Berk* and E. Evans, 
University of British Coliunbia, 
Vancouver. B.C. V6T 1W5. 

When cells form adhesive contacts, the chemical 
affinity that causes the contact to spread is 
opposed by the work of cell deformation. 
Likewise, whp adhesive contacts are separated 
by the action of external forces, the 
mechanical defoncability of the cell moderates 
the action of those forces and affects the 
application of stresses to the contact region. 
Thus, the cell acts as a transducer or coupler 
between the applied force and the adhesive 
contact. We have recognized this feature in 
the design and analysis of experimenta to 
measure the physical properties of adhesion. 
In these experiments, suction pressure from a 
micropipet is used to detach adherent red cells 
from rigid surfaces. We employ a finite- 
difference computational algorithm to solve the 
Bquatioas of mechanics govemir"^ red ceXl 
deformation and provide a complete description 
of the detachment process. Consequently, we 
are able to explicitly measure the energy per 
unit area required to separate red cells 
agglutinated by antibodies or le« ins. 



BEi4-F.l 

Micromechanical Manipulation of Electrically Fused 
Red Blood Cells. Donna Miles-McCollumr Di-pt. of 
Biomedical Engineering and Robert M. Hoc imuth, 
Dept. of Mechanical Engineering and Materials 
Science, Duke University, Durham, NC 27706. 

A system previously developed for the fusion and 
r Icromanipulation of red blood cells has been 
modified to allow a more "gentle" fusion process and 
a variation of conditions for cellular manipulation. 
Cells are suspended in a 200mOsm salt-sucrose 
solution and flushed into a 250M.m thick channel 
lined with Pt electrodes 0.75 mm apart. The cells arc 
aligned in a AC field and fused in large quantit»es 
with four DC pulses of 3-5kV/cm height and 20-25»is 
width. Several types of fusion products are obtained 
depending upon the extent of fusion. The most 
gently fused cells are attached by a tether while 
other pairs of fused cells are joined by a larger 
tunneMike structure or a fully swelled lumen. 
These results suggest that the fusion process begins 
with point lipid attachments and perturbations and 
then progresses to spectrin involvement. The fused 
cells are flushed into ,i larger manipulation 
chamber with a 295mOsm solution which results in a 
partial deflation of the cells and £Jlows the 
connecting structures to be viewed mon? clearly. 
Micromanipulation is being used to investigate the 
extent of communication betwe' j the cells of an 
apparent fused pair and to characterize the 
mechanical properties of the fusion site. 



BE14-F.2 

PBC Membrane Shear Modulus of Elastioity Derived 
from Observations of Steadily Tank- Treading Cells ^ 
S. Sutera*, P. Pierre and G. Zahalak, Washington 
University, St. Louis, MO - 63130, USA 

An algorithm has been developed for the approximate 
calculation of the membrane stress distribution and 
the internal pressure of a steadily tank- treading 
red cell (Tran-Son-Tay et al, 1987, Biophys. J., 
51:915). The algorithm is based on an idealized 
ellipsoidal model of the tank-treading cell (Keller 
and Skalak, 1982, J. Fluid Mech., 120:27) joined 
with experimental observations of cell dimensions 
(projected length and width) and tank-treading fre- 
quency. The resulting expressions for the membrane 
stress resultants, wh«" applied to the two curva- 
ture extrema of the cen..ral streamline, reduce to 
two simultaneous equations which are explicit in 
Pin, the membrane sht.ur modulus of elasticity , and 
implicit in the cytoplasmic pressure, p^. Solu- 
tions of these equations for a series of experi- 
mentally observed motions, corresponding to graded 
levels of a| plied shear rate, "y, yield values of 
Pm and pc which increase monotonically with the 
applied shear rate and, thus, the overall cell 
elongation induced by the shear flow. Over the 
range of Y covered, the calculated p^^ varies from 
0.5 X lO"^ to about 5 ;c 10"3 dynes/cm, correspond- 
ing to values of the principal extension ratio 
from about 2 to 3. According to thes'i findings, 
based on dynamic membrane equlllbrlura consider- 
ations, the red cell membrane exhibits strain- 
stiffening elastic behavior* 
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BE14-F,3 

Determination of r.b.c. Membrane Elastic Modulus from 
Viscoelasticity Measurements on a Dilute rbc 
Suspenshn 

X.Y. Lin & D. Barthes-Biesel,* University de Compi^gne, 
UA CNRS 858, BP 649. 60206 CompiSgne France. 

The motion and deformatior of a r.b.c. suspended in a 
shear flow may be qualitatively represented by means 
0* a capsule model (I.e. a liquid droplet surrounded by a 
deformable mem.Vane). There exists presently a 
complete model of the time cependent behaviour of a 
spherical capsule suspended in a linear flow, that 
includes the determination of the bulk rheological 
properties of a dilute suspension of such particles. In 
particular, the loss and storage moduli may be 
expressed exactly In terms of the intrinsic properties 
of the particles. 

The aim of this work is to show how this model may be 
used to interprete oscillating shear measurements on a 
dilute (haematocrit between 5% and 10%) suspension of 
r.b.c.'s In a viscous medium (Dextran, viscosity 
between 7 and 10 mPas). The frequency range varies 
from .05 to 1 Hz. The suspensions exhibit a measurable 
viscoelasticity and a comparison between the 
experimental and theoretical moduli leads to an 
evaluation of tho membrane surface shear elastic 
modulus which varies between 10 and 2 lO-^N/m, a 
value comparable with the results obtained from 
micropipette Gxperimenis. 



BE14-F.4 

Regulation of Red Ceil Membrane Deformabiiity and 
Stability by Skeletal Protein Newtork, N. Mohandas* 
Department of Laboratory Medicine and Cancer 
Research Institute, University of California. San 
Francisco. California, 94143, USA. 

Biophysical and biochemical evidence accumulated during 
the last decade suggests that a membrane skeletal protein 
network consisting of spectrin, actin, and protein 4.1 linked 
to band s m the fluid lipid bilayer through ankyrin is 
responsible for various red cell membrane material 
properties. RecenUy, a number of investigators have 
attempted to define the key skeletal protein associations by 
relating measured changes in membrane deformabiiity and 
membrane ir-^chanical stability to well-defined skeletal 
protein abnomxalities in red cells from congenital hemolytic 
anemias with membrane dysfunction. From these studies, 
the membrane skeleton emerges as a network of folded 
spectrin molecules held together by protein-protein 
associa^ons which occur at both ends of the spectrin 
heterodimer. Disruption of either the 
spectnn-actin-protein4.1 complex at one end of the 
spectrin molecule, or of spectrin self-association at the other 
end resulted m a marked decrease in membrane mechanical 
stability. On the other hand, an increase in inter- or 
intramolecular associations of the skeletal proteins or 
increased association of integral membrane proteins with the 
skeletal network resulted in profound decreases in membrane 
deformabiiity. These data imply that different skeletal protein 
interacnons regulate membrane deformabiiity and mechanical 



BE14-F.5 

An Adaptive Pulse-editin pr Technique f nr Accurate 
/vperture impedance Cell Siz^e Analvsi^s and Krythrd ^ 

Deformabihty Measurement " — 

T.C.Fisher? A.C.Fisher* 

MtSl^'u^"^"' Of Strathelyde, Glasgow, 

For most haematological applications, cell volume 
analysis is performed by the aperture impedance (Coulter) 
technique. The underlying principle is that the changes 
in resistance (detected as voltage pulses) as cells Ire 
drawn through a minute aperture are directly proportional 
to the cell size. This is an approximation, and volume 
disfributions obtained in this manner are skewed bv the 
inclusion of anomalous pulses. Various methods ha> been 
devised to deal with this problem, but are generally 
expensive and/or complex and not applicable to standard 
eqiiipment. This system comprises an interface which 
digitises the h.?ight and duration jf pulses output from a 
ceU counter and passes this data to a microcomputer. All 
subsequent processing ic performed in software. The 
pulse-editing technique is based on the relationship of 
pulse height and duration and will be discusred in 
detail. The major advantage is that it is auto-ctdaptive- 
I.e. the criteria for artefact rejection are established 
by statistical analysis of the incoming data, rather than 
being pre-determined. Used with a basic cell counter, 
performance compares very favourably with expensive 
haematology analysers. An exiting spin-off is that this 

nfonil'^"^ ^ '•^P''^ simple means to 

measure erythrocyte deformabiiity. 



BE14-G.1 

Models of Capillary Blood Flow 
R. Skalak*, N. Ozkaya, M. Sugihara-Seki 
Bioengineering Institute, Department of 
Civil Engineering & Engineering Mechanics 
Columbia University, New York, NY 10027 

Several theoretical models of capillary blood 
flow have been evaluated by computational in- 
vestigation of the influence of various factors. 
The effects of elasticity of the red blood cell 
membrane are shown to lead to reduced pres- 
sure drop at high flow velocities. Computa- 
tion of the entrance flow into a narrow cap- 
illary shows that the def jrmabiUty of the cell 
allows smooth entry with little change in mean 
cell velocity. The stability of multifile (double 
file) flow of red blooi cells (2D model) is in- 
vestigated numerically. Rigid cells appear to 
be neutrally stable in double file flow, but de- 
formable cells may have preferred configura- 
tion. 
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BE14-6.2 

Modelling the Mechanics of White Blood Cells: 
Efongat'tonal Row and Passage through a Stenosis 
X.Z.L!^, D.Barthes-Biesel^*, C.ThaoChano. 
1 University de Compifegne,BP649, F60206 Compi^gne, 
2 Lab. Hoechst, 3 Tour Roussel, F92800 Puteaux 

A white blood cell is modelled as a spherical capsule, i.e. 
a liquid drop surrounded by a viscoelastic membrane. A 
numerical technique is used to predict tho inuuon and the 
deformation of the ceil in two situations: easel, when it 
is suspended in an unbounded axisyminetric eiongatlonal 
flow; case2, when it is forced to squeeze through a 
constriction with a smaller diameter. In both cas&v, the 
internal viscosity of the cell and that of the suspending 
liquid are equal. 

In easel, the cell bursts when the capillary number 
(ratio of the external viscous forces to the membrane 
elastic forces) exceeds a critical value. The membrane 
viscosity only affects the characteristic response time of 
the cell to a change in flow conditions. 
In case2, the resulting deformed capsule shapes resemble 
those of w. b. c. going through Nucleopore filters. Cell 
break'Up may occur, but the higher the membrane 
viscosity, the higher the critical capillary number. The 
additionnal head iosr through the stenosis increases 
sharply with membrane viscosity. This model may be 
r<>ed to gain a qualitative understanding of the dynamics of 
w.b.c.*s subjected to hydrodyramical forces. 



BE14-G.3 

A plate model for determining the elastic modulus of shear- 
exposed endothelial cells, C. Byrd, R. M. Nerem, and L. 
T. Wheeler*, U. of Houston, Houston, TX 77004. 

Experimental studies have shown that endothelial cells 
maintain a flattened and elongated shape following exposure 
to shear stress and subsequent detachment. Their mechanical 
properties, which are studied using micropipette 
experiments, are influenced by the level as well as the 
duration of the shear stress. In a recent study, carried out in 
J^oUaboration with D. P. Theret, M. J. Levesque, and M. 
Sato (to appear, J. Biomech. Engrg.), ith the aid of an 
axisymmetric homogeneous halfspace model suggested by 
the experimental observation^?, tve determiLe an expression 
for an effective Young's modulus for such cells. In the 
present discussion we report on progress toward an 
axisymmetric plate model. This model uses the solution of 
the halfspace model as the i.iitial step \n an alternating 
scheme. In the second step, a traction boundary value 
problem is used to remove the tractions from the plane 
corresponding to the free surface of the plate and in the third 
step a mixed halfspace problem is solved to correct for the 
perturbations to the boundary conditions on the loaded face 
introduced in step two. This three step process is repeated 
until the desired level of accuracy is obtained 



BE14-G.4 

Concraccile Cortex-Liquid Core, ^odel 
for Blood Phagocyces: Efface of 
AugmenCtsd Disslpacion in Cortex, 
E. Evans* and A. Yeung, University of 
British Columbia, Vancouver, B.C. V6T 1W5 

Extensive evidence shows that the active 
contractile apparatus in blood phagocytes is 
concentrated in a cortical layer adjacent to the 
outer plasma membrane. We have shown that these 
cells deform passively as very viscous liquid 
suspensions of organelles and granules. A 
significant question is what is the viscous 
resistance of the cortical layer compared to the 
interior cytoplasm"? We have developed a variat- 
ional method to predict the entry of a spherical 
cell into a tube where the cell structure is 
modelled by a viscous liquid core coupled to a 
viscous -contractile outer shell. Here, we 
present results which show that when there Is no 
drag at the tube wall, augmented dissipation in 
the cortex has little effect on the rate of entry 
until the viscous properties of the cortex are 
very large. Therefore, the rate of entry of 
liijjxd-like spherical cells into tubes versus 
suction pressure provides a direct m'^asure of the 
effective viscosity of the interior suspension of 
cytoplasm and organelles. Data for flow of 
single blood granulocytes into suction 
micropipets yield values on the order of 10^ 
poise for the effective viscosity at 25°C. 



BE14-G.5 

A IJev Method to Measure A^.u^ve Cytoplas- 
mic Strain in Hitman Neutrophils, S« 
Simon* and G.W. Schmid-SchBnbein , AMES- 
Bioengineering, University of California 
San Diego, La Jolla, CA 92093 USA. 

A requirement for neutrophil locomotion and 
phagocytosis is active cytoplasmic deformation. 
To understand how the nonuniform actin-myosin 
contractile elements in the cytoplasm effect 
spontaneous pseudopod formation and locomotion, we 
developed a new method to measure planar Lagrang- 
ian a\>d Eulerian strains from the displacejient 
history of a triad of internalized latex carkers. 
The microsphere displacement histories were 
recorded on video along with tha cell contour* 
The triad's principle strains, orientation, 
stretch ratios as well as the overall cell stretch 
ratios and orientation were computed. The intra- 
cellular strains weve found to be large relative 
to the overall cell shape change . Principle 
stretch ratios (X-1/1 ) were predominantly di.l^ 
tional in die directS[on of pseudopod formation 
(X=2 . 6+1 • 5) and contractile in the perpendicular 
direction (X =«7±.4)« Regional strain analysis in 
the vicinitjP of the pseudopods revealed moderate 
contractile strains • The transitional region, 
between pseudopod and cell body, exhibited large 
shear strains • It appears that the motive strain 
field is small in the gelled pseudopod region and 
large in the cell body. 
Supported by USPHS grant HL-1088K 
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BE15-A.1 

INTRACARDIAC FLOW VECTOR MAPPING BY 2-D DOPPLEk 
l^OCARDIOGRAPHY 

A.Kitabatake*, J.Tanouchi, K.Ishihara, K.Fujii, 
M.Uematsu, Y.Yoshida, H.Kusuoka, M*Kori, 
M.Inoue, T.Kamada The 1st Dept. of Medicine, 
Osaka Univ. School of Medicine, Osaka, Japan 

To investigate the intracardiac flow dynamics 
in terms of regional flow direction and absolute 
flow vftlocity, we have newly developer two-dimen- 
sional (2-D) flow vector mapping by 2-D Doppler 
echocardiography. On the basis of the equation of 
continuity, we determined orthogonal velocity 
components to the ultrasound beams from the paral- 
lel velocity components to the ultrasound beams 
measured by 2-D Doppler echocardiography, assuming 
that there is no perpendicular flow component to 
the echo plane. We applied rhis nethod to left 
ventricular (LV) flow in normal subjects and pa- 
tients with LV dysfunction. Results were. In nor- 
mal subjects, all intraventricular flows con- 
verged towards the outflow in midsystole. In 
patients with LV dysfunction, outflow streams 
were not so converged, Secause of remnant of 
inflow in midsystole, ai hough outflow tract 
abruptly narrowed morphologically. Absolute veloc- 
ity and convectional acceleration were signifi- 
cantly lower in patients with Lv dysfunction than 
those in normal subjects. Flow vector mapping is a 
new technique to provide a quantitative flow map- 
ping in cardiovascular system. 



BE15-A»2 

Could color Doppler areas of regurgitant jets 
have a physical significance ? 

B* Diebold, A. Delouche, Ph. Delouche, J.P. 

fiuglielmi. Ph. dmSe and P. P^ronneau*. 

INSERM U. 256, Hdpital Broussais, Paris, France. 

Color Ooppler evaluations of intracardiac 
regurgitant jets are often used for assessing 
valvular insufficiencies, but the physical 
relationship between the velocity fields and the 
severity of the leaks has never been studied. 
Our in vitro model was designed to measure the 
velocity fields in a pulsatile turbulent jet with 
Various peak velocities (v = 2.5 to 5.5 m/s), 
ori/ice diameters (d = 5.8 to 11.3 mm) and receiving 
tube diameters (D = 16 to 30 mrr), simulating a 
large variety of valvular leakj. The results 
demonstrate, at peak velocity, the presence of 
a central core within which the velocity is uniform. 
Below a threshold velocity (Vt), this core is 
free : its length (1) is independent of v, and 
proportional to d (1 = 6.2 d 0.4 (mm), r = 0.99). 
Vt is due to the receiving tube : Vt = 14.4 d/D 
+ 8.3 (m/s) (r = 0.95). Thus, in the absence of 
aliasing, color Ooppler measurements of the central 
core of regurgitant free jets would allow an 
accurate evaluation of the severity of the leaks. 



BE15-A.3 

A Feasible Method of Measuring the Absolute 
Flow-rate of a Regurgitation, Shunt, and 
Stenos^d Flow by Col^r Doppler, M, Sugawara* 
y. Seo and H. Rongo , The Heart Institute of 
Japan, Tokyo Woijien's Medical College, Tokyo, 
162 Japan, and Medical Engineering Laboratory, 
joshiba Corporation, Otawara, 329-26 Japan. 

The issuing flow-rate of a jet, Q, is given by 
Q=v^A, where v is the issuing velocity of the 
jet and A is tlie cross-sectional area of the 
orifice. Kcvsi>^er, the measurement of A of a jet 
in the cardiovascular system, such as a 
regurgitation, shunt, or stenosed flow, is 
difficult. On the assumption that the jet is 
"free", the following relations apply between 
thr uiamecer of the orifice D, the length of the 
laniinar core of the jet L, the centerline 
velocity of the jet v at an arbitrary distance 
x(>L) from the orifice, and v : L=6.8D and 
2^^°"^ these equations we obtain 
Q=0.0l7(xv ) /v^.Jets into a water bath through 
orifices with various diameters were studied. 
The issuing flow-rate was measured with a'l 
ultrasonic flowmeter mounted around the tubing 
connected to the orifice, v , x, and v wero. 
measured by using various functions of a^color 
Dopp.ier flow imaging system. There was a good 
linear correlation between the Q's estimated 
from the above equation (Y) and measured with 
the flovmieter (X) irrespective of the diameter 
of orifices: y=1.0lX+0.06 (r«0.96, SE=0.19). 



BE15-A.4 

Detecting STI from Blood Plow Vco^ity 
measured by Doppler Ultrasound and BCG, 
Wei-qi Wang*,Qi-ming Song and Qian-niing 
Shao,Dept. of Elec* Engn.,Pudan Vn±y*f 
Shanghai, China 

The ratio of r-e-ef ection Time(PEP) and Left Ven- 
tricular Ejec ^on Time(LVEP) is called Systolic 
Time Interval(STl). We explored a new method for 
detecting STI only with two biosignals,jQCG an(^ 
blood flow velocity. 
The method consists of two parts: 

I. Utilize Doppler ultrasound to detect blood flow 
velocity and detect BCG simultaneously in order 
to obtain PEP and LVET. 

II. The computer control whole system,recognize R 
wave, initial and end points of blood flow velo- 
city waveform with software. Let R wave as a 
synchronous point , accumulate the velocity of 
blood flow. Display the two biosignals. Calcu- 
late and print PEPjLVEP,Sri,HR. 

The method has been used in clinic for cardiac 
function examination at three hospitals in 
Shanghai ♦ 
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BE15-A,5 

The Pre-ejection-period of the Fetal 
Heart: Noninvasive Detection during 
Labor with Doppler Ultrasound and 
Phonocardiograa^ B.C. Yu* Yang-ming 
Hadical College, Taipei, Taiwan,R.O.C. 

The purpose of this study is to measure 
the pre-ejection-period(PEP) of the fe- 
tal heart during labor. The PEP is de- 
fined as the time interval from the on- 
set of ventricular depolarization tc 
the opening the aortic valve(Q_AO) 
The PKP is o±r interest because it is 
related to myocardial contr;»'"tivity. It 
is measured with the combination use of 
abdominal EGG and the audio output of 
ultrasound Doppler cardiogram. Bandpass 
filter with cutoff frequencies at 750 
and 1000 Hz is designed to locate the 
component wave that correlates the open- 
ing movement of the aortic valve(AO). 
Fifty pregnant women with a gestational 
age between 36 and 40 weeks are studied. 
AO is detected in 84 per cent (42 of 50). 
The average value of PEP is 78+12ms.This 
value agrees well with the result measured 
from phonocardiogram. The factors that 
prolong or shorten PEP, such as hypoxe- 
mia or umbilical cord occlusion, are 
currently under investigated. 



BE15~B.l 

An autom ated computer-run Doppler process iq for 
measuring experimental cardiac output . An in -vitro 
study. D. KAlHANSOMr c .VEYRAT, H.VUThIEN, S. GAR- 
CIN, G. FALLOT, Y> LLMLHUV . hondation RoWHTr 
Paris - FRANCE. CNAMTS & ARNTIC. 

A Doppler velocimeter (ATL851) uas feu to a compu- 
ter (Normerel AT+) and a software devised to auto- 
matize entirely the recording and calculation of 
flow rate. The Doppler probe uas fixed at a cer - 
tain distance of a pipe (^=20 mm), whose pulsatile 
flow could be set and made variable by an electric 
pump. The Doppler gate was first positionned at 
the centre of a cross section of the pipe, and 
thereafter, all the processing became "automatic. 
1/A series of points of the elliptical cross^ser- 
tion was determined. 2/And elliptical regression 
then calculated the centre, diameteu and the angle 
b- between the beam and direction of noy.3/ About 
30 points within the cross-section were explored, 
and their mean i oppler frequency shift recorded. 
A/ These frequency shifts were averaged, with a 
correction for the angle 6 for each point. An or- 
thogonal .projection was computerized, and the sys- 
tolic flow rate in cc/systole was yielded. 
40 experiments were performed with'various outputs 
ranging from 45 to 110 cc / systole. 
Accuracy of the measurements was + 15%, for an in- 
cident angle ranging between 40 to 55°. Comparison 
with thermodilulion showed a similar accuracy. 

BME Ultrasound Symposium. 



BE15-B.'^ 

Evaluation of Fxilsed Doppler Heasureaents of 
Velocity Profiles* R.S. Rabinovitz*. aj. Hartley, 
M. J. Levesque, F. H Nerem, Baylor College of 
lledicins* Houston, Texas, and Georgia Institute of 
Technology, Atlanta, Georgia. 

Velocity signals measured by a pulsed ultra- 
sonic Doppler velocimeter (PUDVM) are derived from 
convolution of a finite-size sample volume with 
the velocity field. This results in a spatiet 
smoothing and lengthening of the measured velocity 
profiles. A computerized simulation was developed 
to evaluate the accuracy of the velocity profile 
measuresients obtained by a 20 MHz PUDVM. The 
model includes transmit burst length, acoustic 
attenuation, far-wall reflection, receiver gate 
width, and a zero-crcssing-counter with threshold 
levels. To examine the performance of the simula- 
tion, a Poiseuille velocity profile was used as an 
input, and the output velocity profile was com- 
pared to that measured by the PUDVM for fully 
developed laminar flow in a straight tube 
(20<Re<310). The simulated velocity profiles and 
the derived wall shear rate (WSR) closely approxi- 
mated the measured values. Based on the simula- 
tion, it was found that the velocity errors were 
greater near the walls, resulting f.i an underesti- 
mation of the WFR. The relative error in WSR 
increased vith an increase in WSR and with a 
decrease in vessel diameter. It was also founi 
that due to far^wall reflection* one cannot deter 
mine both the position of the far-wall and the 
shape of the velocity profile unambiguously. ^ 



BE15-B.3 

Pulmonary Artery Velocity Profiles, C. Lucas. B. 
Ha*. G. W. Henry and J. Ferreiro, The UNC School 
of Medicine, Chapel Hill, North Carolina. USA. 

Measurement of pulmonary blood velocity noninva- 
sivcly with Doppler ultrasound has stimulated interest 
in relationships between velocity patterns and abnor- 
mal pulmonary hemodynamics. Using an intralumi- 
nal 20 MHz pulsed Doppler needle probe, velocity 
profiles have been obtained in the main pulmonary 
artery (MPA) of lambs and dogs during control condi- 
tions and while hemodynamics were altered via 
hypoxia or MPA particle (20-50[i) embolization. 
Intraanimal results were coi:sistent with clinical 
observations, i.e, increased PA pressure and/or resist- 
ance corresponded to decreased acceleration time (AT = 
time from the onset of systole to peak velocity) and 
increased maximal flow reversal (Vpeg), though inter- 
animal variability precluded using either AT or Vneg to 
quantify accurately pressure or resi:..ance. Promi- 
nent backflow along the posterior wall of the MPA was 
often observed during control conditions, while AT 
appeared to depend largely on vessel compliance and 
the signal processing technique used. The shape of 
the profiles obtained suggested ihat fluid dynamics in 
the MPA of these animals can be more appropriately 
modelecf as flow in curved rather than straight tubes. 
Preliminary studies of in situ casts of the ri^ht 
ventricle and major PAs of lambs show the importance 
of the subvalvar infundibular region, supporting this 
hypothesis. Future work will focus on delineating the 
importance of geometry in determining MPA velocity 
^ patterns. (Supported by HL35389.) 
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BEi5-B.4 

Human Regional Blood Flows During Simulated Microgravity: 
A Noninvasive Doppler Flowmetry Study 
ER Greene, KW Tawney,* EC Johnson 
Lovelace Medical Foundation, Albuq jerque, NM, USA 

To determine the effects of simulaud microgravity 
on human regional bloocf ibws, we usctl previously 
validated, noninvasive imr t^.e-i-uvded Doppler flowmetry 
to measure spectral blood voJloc^'y waveforms and systolic 
lumen diameters in 5 lean and fasting healthy, untrained 
adults (25-39 years, x 32). From these measured 
variables, regional blood flows (ml/min) from the internal 
carotid (CQ), subclavian (SQ), superior mesenteric (MQ) 
renal (RQ), and femoral (FQ) arteries were calculated 
during the supine position (SU) and after 120 minutes 
of -10 head-down tilt (HD). Simulcaneous measurements 
of heart rates (HR), mean cuff blood pressures (BP), and 
Doppler cardiac outputs (CO) were also obtained. Results 
(X ± SD) were as follows (* = p<0.05 versus SU); 



CO 


- SO 


MO 


RO 
556 

±168 
382* 

±141 




680 
±175 

636 
+108 


247 
± 71 

229 
± 57 


559 
+2 VI 

551 
± 94 


197 
± 47 

167 
± 37 



HR, CO, and BP did not change significantly. In all 
subjects, RQ and its percentage of CO decreased during 
HD.^ These results suggest that in the large conduit 
arteries (except renals) which supply major organ 
systems, blood flows remain stable during the cephalad 
blood volume shifts induced by 120 minutes of -10' 
head-down tilt in young healthy adults. 



BE15-B.5 

Rapid stenosis locatnm by Doppler ULtrBSound^ iL<;inp a new 
^^eo tracking method. D.H.King*, J.Reidy, L.Robiii^ 
P.Nesbit, M.Payne, K.Photiou, S.Kcxitis, M.G.Taylor and 
R^.(3osliiig. Guy*s Hospital, Imlon Bridge, London SEl 
VKT, IMted King^Ion 

Tboirs^ Arcerial cross sectional area is inversely 
proportional to blood velocity in an unbranching artery. 
Doppler shift is proportiaial to blood velocity, therefore 
by monitoring Doppler t it is possible to dediKre the 
presence of area changes within the arterial luren. Ibis 
principle has been €n5)loyed in the Quickscan technique 
vvhich is described below. 

^fethod A ^ hand held CW Doppler probe is scanned along 
the longitudlna' ^ of the artery. The location of a l£D 
light mounted on the probe tip is continuously monitored by 
an overhead video camera. A micro computer records the peak 
Doppler shifted frequency and calculates the probe 
pc^sition, and then, usiiig this data, plots out a fixed 
width Hne, in red, representing the nornal lunsn, aid then 
overprints vath a yellow Lme, uhose width is related to 
frequency shift. Diagnosis of complete occlusion is made 
if the characteristic signs of collateral f^xmatiai are 
evident in the Doppler shift Spectra. In this case the 
yeUow line is set to equal the lunen widtii. Ibus Qiuckscan 
superimposes a notional nnp of artcuT^i cross sectional 
area over a video inage of the patient. Ibis imaga is 
similar in appearance to the ccxiventional arteriogram. 
Hou^ver, it differs in three respects:- (a) It is 
completely non-ii» -asive (b) It yields data comparable to 
nuiti plane views of the arterial systen (c) It is not 
affected by timing and dilution artefacts ;vhich can degrade 
arteriographic image quality. 



BE15-B.6 

Application of the zoom Wigner 
Transform to Blood Disturbance 
Velocity Waveforms, H Talhami and 
R I Kitney; Dept of Electrical 
Engineering, Imperial Collecs, 
London SW7 2BT, UK. 

The paper will discuss the 
application of the zoom Wigner 
transform to the analysis of blood 
disturbance waveforms obtained 
downstream of a stenosis. As will 
be shown in the paper the ZWT has 
certain advantages over both the 
FFT and modern spectral estimation 
methods, particularly in relation 
to the frequency resolution of 
specific components. 
Short records of the disturbance 
velocity waveform for various 
levels of occlusion, namely 40 and 
74%, were transformed to obtain a 
Wigner time/frequency distribution 
which showed the flow field 
behaviour in the preselected 
frequency bandwidth. The results 
were found to be of significantly 
higher quality than those obtained 
using other spectral estimators. 



BE15-C.1 

The Transverse Doppler Technique for 
Blood Flow Measurement, 
V.L. Newhouse; Brexel University, 
Philadelphia, PA 19104, USA. 

Existing ultrasonic systems for blood flow mea- 
surement which use the weU known Doppler 
equation, only estimate the velocity component 
in the beam direction, and are restricted to beam 
to flow angles less than about 60^. A recently 
discovered technique will be described, using 
the Doppler spectral bandwidth as well as the 
cenier frequency with which it is possible to 
estimate the velocity component normal to the 
beam axis as well as that in the beam direction, 
and to measure flow velocities directed at all 
angles to :he beam axis, including 90^. 
Tnis "transverse Doppler" technique makes use 
of the fact that any scatterer moving through the 
focus of a sound beam will have its echo 
amplitude modulated by the beam side lobes in 
such a way as to produce a Doppler spectrum 
whose width is proportional to the velocity 
component normal to the beam axis. 
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BE15-C.2 

ACCURATE MEACURMENT OF BLOOD 
FLOW USING ULTRASOUND AND TIME 
DOMAIN CORRELATION, I* Hein*, V» 
Suorsa, J, Zachary, R, Fish and 
W, D« O'Brien, Jr., Uni ver s^' ny 
of Illinois, Urbana, IL 61801. 



Using time domain correlation, the 
volume fluid flow in a vessel can be 
accurately and precisely estimated without 
any previous knowledge of the vessel 
size, flow velocity profile, or transducer 
measurement angle. This technique 
observes the change in arrival time 
(instead of frequency) of ultrasonic pulses 
reflected from moving scatterers. It has 
been validated in a blood flow phantom 
sys^am using both a blood mimicking 
substance and porcine blood. The 
transducer measurement angle has beep 
determined within 5%, and pulsatile flow 
has been measured up to 150 beats/min 
with accuracies better than 18%. 
Currently, this method is being 
experimentally investigated under in vivo 
conditions, with the eventual application 
being the diagnosis of venous thrombosis 
in humans. [Woric supported by 
NSF/NHLBI 1 ROl HL 39704.] 



BE15-C.3 

Transit-Tine Broadening Estimation with Fourier 

TransfDrm and Autoregresslve Techniques 
Dcnjinique Davet , Steven A. Jones, Don Giddens 
Georgia Institute of Technology 
George W. Woodruff School of 
Mechanical Engineering 

Spectral broadening due to transit-time ambi- 
guity from a Pulsed Doppler Ultrasound system 
was examined with Fourier transform and auto- 
regresslve methods of spectral estimation. 
Measurements were obtained from laminar flow at 
several velocities, and the spectral character- 
istics were compared with a theoretical Tiodel 
for transit-time broadening (Garblnl al.; 
JFM, 1982). Data records of 4, 35, 70 ms were 
processed with FFT and Burg AR (model order 4 
and 32) methods, and the spectral width was 
calculated as a function of the peak frequency, 
from the basic formula given by Garblnl. All the 
curves fit a good linear regression, as predict- 
ed by the Garblnl model. The AR model of order 4 
yielded the lowest standard deviation for short 
records, at all velocities. The regression for 
the FFT technique deviated from the model, In 
that It did ,iot pass through the origin, whereas 
the AR method gave good results. It is concluded 
that the FFT estimation technique itself contri- 
butes significantly to spectral broadening for 
short data records, and the AR technique more 
accurately predicts transit-time broadening. 



BE15-C.4 

ADVANTAGES OF SMOOTHED SPECTRUM ESTIMATE FOR 
ANALYSIS OF DOPPLER SIGNAL SPECTRUM 
H. Piechocki, A. Herment, A. Delouche, Ph. Oumee, 
P. P^ronneau*. 

IPPT, Polish Academy of Sciences, Warsaw, Poland ; 
INSERM U. 256, Paris, France. 

The aim of our study was to establish a simple 
method for the improvement of the instantaneous 
spectrum estimate definition. An analysis of the 
statistical properties of FFT spectrum estimate 
applied to the Doppler signal allowed us to develop 
a smoothing procedure of this instantaneous 
estimate. The smoothing of the FFT spectrum estimate 
is achieved through a low pass filtering in the 
frequency domain. The performances of smoothed 
spectrum estimate were theoretically and 
experimentally studied. The variance of the smoothed 
spectrum estimate is similar to that of simple 
FFT estimate averaged over several cardiac cycles. 
The procedure establishec improves sensibly the 
accuracy of the relation between the shape of 
the spectrum and the flow parameters. 
In result, more exact determination of flow 
characceri sties like its stability or its maximum 
velocity even in case of low signal to noise power 
ratio is possible. 
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BE15-C.5 

Pulsed Doppler Velocity Estimation via 
Autoregression and Fourier Transform 
Steven A. Jones* and Don P. Giddens 
Georgia Institute of Technology 
George W. Woodruff School of 
Mechanical Engineering 

Doppler Ultrasound data have been collected 
from a physical flow model and oroc^^ssed via 
Fourier transform and autoregression techniques 
to compare the accuracy of these method?. 

The measurements were performed with a 
lOMKz pulsed Doppler probe at the throat of a 
contoured constriction with 90% arei reduction. 
Various Reynolds numbers were used, and the 
flow was laminar with a blunt velocity profile. 
Doppler signals were digitized and records were 
processed with Fourier transform and Burg 
Autoregression methods to yield curves of 
velocity as a function of time. Velocity was 
estimated from both the peak and the normalized 
first moment of the spectrum. Standard 
deviations of the resulting time series data 
were then examined. 

For peak detection, low model order auto- 
regression (e.g., order 4) yielded the lowest 
variance, approximately half of that for the 
Fourier transfo^Tii method. The first moment 
time series was almost Identical for both 
spectral techniques, but the variances were 
larger than those derived from peak detection. 
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BE15-C.6 

Phase Locked Loop Method for Doppler US 
Investigation, F. Clemen te*, M.Cesar el 
R.Castaldo, M.Bracale, Cattedra dl Elet- 
tronlca Biomedica-Nucleo di Ricerca di 
Ingec, erla Medlca p della Rlabllltazlone 
C.N.R.- Faculty cf Engineering, Via Claudio 
21 80125 Napoli, iltaly. 

A new method for evaluating single frequency wave- 
forms from Doppler Ultrasound signals based on the 
analogue locked loop technique has been proposed. 
P.L.L. technique ceai be applied to follow the in- 
stantcineous frequency of the Doppler signal. The 
average of the instantaneous frequency of the sig- 
nal is an unbiased estimator of the mean frequency 
and the average of its absolute value may be rela- 
ted to the variance of Doppler Spectrum. 

Therefore the first parameter shows the shape of 
the mean blood flow velocity; the latter is an estjl 
ma tor of the spectrum broadening. 

A prototype based on this method has been developed. 
Some interesting clinical results considering young 
health people and arterlopathic patients show the 
possibility to evaluate different hemodynamic condi- 
tions. 



BE15-D.1 

Catheter tip imagriiigr with ultrasound, N. Bom*, 
H. ten Hoff, C.J. Slager, f.C. van Egmond, w.J. 
Gussenhoven, Thoraxcenter, Rotterdam and Inter- 
university Cardiology institute of the Netherlands. 

Presently many recanalization methods are being 
developed to reopen obstructed arteries during 
catheterization. Such a new obstruction removal 
technology is the spark erosion method. An evalua- 
tion study has been carried out to see if ultrasound 
imaging on the tip of a catheter could be developed 
to - eventually - guide selective spark erosion for 
removal of atherosclerotic plaque and other possibly 
eccentrically located arterial obstructions. 
Following early work with 32-element circular phased 
array technique a less complex mechanical scanning 
method has been designed, six designs were studied 
chat fall into two categories. In the first category 
an internally rotating mirror deflects the ultra- 
sound beam over 360 degrees. No moving parts are 
present outside the catheter. The second category 
incorporates an exteriorly rotating tip where the 
echo imaging and the spark erosion electrode are 
active in almost the same arterial crofis-section. 
A 40 MHz ultrasound echo tip has been built which 
rotates at 3000 rpm. 

With this prototype real-time imaging was studied 
in animal experiments and human arterial specimen 
obtained frotr tho pathology laboratory. Results show 
a clear correlation between the plaque and the echo 
image. 



BE15-D.2 

In-Vitro Assfjsomp.nt of the 20MHz Intracoronary Ultra- 
Sound Doppler Velocity (IDV) Catheter > D Abouelnasr,* 
D Churchwellj D Giddens> S Jones > Carlyle Fraser 
Heart Ctr/CWL Hosp of Emory U; EUSM. Dept of ME> GA 
Inst of Tech) Atlanta^ GA 

IDV Catheters are currently under investigation as a 
means of estimating coronary flow by measuring cor- 
onary blood flow velocity (CBFV). Before large &cale 
use of the catheter on human subjects ^ we performed 
in vitro studies for the assessiiy>nt of performance 
under sltoulated clinical conditions: 1. Sample voluw 
size was measured by moving the catheter about a fix- 
ed target and plotting the Doppler-shifted frequency 
DSF power aj determined by autoregression versus dis- 
tance* The sample volume diameter remained very 
close to that of the catheter was compared to laser- 
Doppler anemouveter (LDA) taasurements made at the sanw 
location^ and compared very well. The affects of 
near-wall location were observed by placing the cath* 
eter in a 3mm c lameter coronary model > and 4mm down- 
stream > the efw^ects of a wake may be seen in low> 
fluctuating velocities. At ranges of 5 to 10nin> the 
DSF velocity was higher and more stable. CONCLU- 
SIONS; 1. Tlie sample volume size remains discrete to 
a range of 10aa> and is small enough to be wholly 
contained within the coronary artery. 2. Based on LEA 
measurements > the DSF is accurate. 3. The size and 
effect of the wake behind ths catheter must be deter- 
mined. 4. Autoregression analysis of the DSF is sen- 
sitive enou^ to measure velocities up to a range of 
lOtDm. 



BE15-D.3 

Effect of Aortic Valve Replacement on Coronary 
Artery flood Velocity Waveform in Patient with 
Aortic Valve Disease 

S.Matsuoka; S.Kanazawa, Y.Wada, M.Goto, K.Mito, 
Y.Ogasawara, O.Hiramatsu, K.Tsujioka, T.Fujlwara, 
F.Kajiya, Kaw ^^aki Kedical School, 577 Matsushima, 
Kurashiki, 701-01, Japan 

Aortic valve disease is frequently accompanied by 
an abnormal myocardial perfusion. The purpose of 
this study was to clarify the characteristics of 
the coronary artery blood flow velocity in 
patients with aortic valve disease. Five patients 
with aortic regurgitation(AR), three with aortic 
stenosis(AS) and four with aortic stenosis and 
regurgitation(ASR) were studied before and after 
aortic valve replacement(AVR) by our 20MHz 80 
channel pulsed Doppler ultrasound velocimeter. 
The velocity waveform and the velocity profile 
across the vessel were measured at the left 
anterior descending coronary artery(LAD). The 
velocity waveform in AR showed a large systolic 
flow and a relatively email diastolic flow with 
short duration. In AS, the early diastolic 
acceleration of the velocity was significantly 
attenuated and a systolic reverse flow was always 
observed. The velocity waveform in ASR was in 
between of AR and AS. Immediately after AVR, the 
velocity waveform returned to normal diastolic 
predominant pattern. 
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BE15-D.4 

Intraoperative Evaluation of Blood Flow Velocity 
Waveforms in Different Types of Coronary Artery 
Bypass Grafts -Sequential Saphenous Vein Graft and 
Internal Mamxaary Artery Graft-, S.ivanazawa, 
T.Fujiwara, S.Matsuoka, T.Katsumura, *Y.Ogasawara, 
*K.Tsujloka, *F.Kajlya, Depts. of Thoracic and 
Cardiovascular surgery, and *Medlcal Engineering, 
Kawasaki Medical School, Kurashiki, Japan 

The patency of the aorta-coronary bypass graft may 
closely relate to the blood flow wa-eform and 
geometrical blood flow disturbance in the graft as 
well as the volume flow rate. We investigated the 
blood velocities in two types of coronary artery 
bypass grafts, the life span of which are known to 
be dif f erent ,i.e., the sequential saphenous vein 
bypass graf t(shor t er span) and the internal 
mammary artery graf t(longer). The velocity was 
measured by dual mode(2erocross and FFT), 
multichannel, high frequency ultrasound 
measurements during bypass graft surgery. In the 
vein graft, the skew of the velocity profile and 
the flow separation were always recognized at the 
region just proximal to the side to side 
anastomosis and the charge in the direction of 
skew was observed alon'j the bridge portion, while 
a parabolic velocity profile with a narrow 
spectrur, was observed in the internal mammary 
artery graft. Tt 2se characteristics of blood 
velocity may be attributable to the patency of 
the graft. 



BE15-D.5 

POSTOPERATIVE MC»lITORING OF RBGIONM. MYOCARDIAL 
HJNCnCN IN MftN* C*J* Hartley*, R^S. Rabinovitz, 
L*J* Suignard, B.S, Patel, J.E. Chelly, M«0« 
Jeroudi, G»P« Noon, and R, Belli, 
Baylor College of Medicine, Houston, TX 77030 ♦ 

We developed an ultrasonic method to measur ^ 
regional systolic thickening (ST) of the left 
ventricle (LV)« The sensor is a silastic coated 2 
mm 10 MHz transducer sutured loosely to the 
epicardi'im during surgery with the leads 
exteriorized near the chest drain ♦ The sensor is 
extracted 2 to 3 days postoperatively by pulling on 
the leads • Thickening is measured by sensing tne 
phase of echoes within a range-gated sairple volume 
placed in the wall near the endocardium. Each cycle 
of phase corresponds to tissue displacement of \/2 
or 0,075 mm. Thickening fraction (TF) , a 
dimensionless index of function and ischemia, is 
determined by dividing ST by the range-gate depth. 

In 12 coronary bypass patients, TF ranged from 
15^ to 35% intraoperatively and regained stable or 
decreased slightly during the early postoperative 
period. In one patient, however, ST was replaced by 
thinning (usually a sign of ischemia) during this 
time. All sensors were removed without incident. 
This technique provides continuous monitoring of 
regional LV function and its recovery and 
modification by drugs during the early 
postoperative period. 



BE15-D.6 

Pulsed Ultrasound Dq^^iler in Cardiac Output 
Monibodng, J.B. Ruo*, A.P, Yoganathan, and M.A. 
Ccdsoiv Georgia liistitute of Technology, Atlanta, GA 
30332-0100 

Doppler echocardiography provides a technique to 
continuously monitor cardiac output (CO), indicating the 
overall cardiac status of a patient during the im mediate 
post-operative period. To develop a relationship 
between the actual CO and a Dopplei>-derived CO, an in 
vitro pulsatile flow study was performed involving the 
use of a Vingmed SD-100 Doppler ultrasound system and 
two different 5 MHz implantable Doppler probes. One 
of the probes erltted a conical beam, while the other 
produced a weclge-^aped beam. For tilting disc, 
bileaflLet, and porcine heart valve designs, spectra were 
obtained at 2,4, and 6 1/min and at 2, 3, and 4 cm 
distances from the valve ring. Peak velocity was 
measured as well as CO determined h/ an 
electromagnetic flow probe and by mean and maximum 
Doppler velocity spectra, A profile factor was then 
calculated as actual CO/Doppler derived CO, 

Results show a linear relationship between Doppler 
CO and actual CO with correlation coefficients ranging 
from^ 0.95 to 0.99. For a given valve design using the 
maximum velocity q^ectra for Doppler CO evaluation, 
the profile factor was found to remain relatively 
constant, independent of actual CO and distance from 
the valve: aEpx)ximately 0.37 for the tilting disc, 0.44 
for the bileaflet, and 0.29 for the pordne. Therefore, 
this factor may be used to characterize prosthetic valve 
types. 



BE15-E.1 

A Sonographic Technique for 
Reducing Be^m Distortion by 
Subcutaneou| Tissues. 
G. Kos ^, D.A. Carpenter, 
D.E. Robinson, Ultrasnoics 
Institute, Sydney, Australia 

?11 sonographic equipment assumes that 
the speed of propagation of ultrasound in 
soft tissue is constant whereas in fact 
it varies by up to 10% from the r^o.^mally 
assumed value of 1540 m/sec. This 
variation is particularly significant in 
the subcutaneous tissues and can cause 
deviation and broadening of the b4^am and 
an increase in side lobes, resul'-j.ng in 
significant degredation in sonCgxaphic 
image quality. These aberrations have 
been evaluated on a beam generated by a 
linear array transducer following 
propagation through layers of various 
geometry and velocity. A compensating 
technique has been developed which allows 
the possibility for correcting for these 
aberrations based on the control of the 
timing and the amplitude of the signal 
of each element both in transmission 
and reception. 
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BE15-E.2 

Bubble Sizing for Cardiac Applications, P. 
M.Shankar; Drexel University, Department of 
Electrical and Computer Engineering, 
Philadelphia, PA 19104 

The noninvasive measurement of pressure in 
different chambers of the heart is very 
important in cardiology. Recently it has 
been proposed that bubbles may be injected 
into the circulatory system and their size 
changes can be monitored as they pass 
through the chambers of the heart. 
Ultrasound is an excellent tool to track 
and size the bubbles. The author and his 
colleagues have proposed a new technique of 
measuring sizes called the Double frequency 
technique. In this technique the bubbles 
are insonified by two sound fields, a high 
frequency imaging field and low freauency 
pumping field. The sum and difference 
frequency signals generated from the 
oscillations of the pumped bubbles are used 
for size measurements. Preliminary in-vitro 
experiments showed that such technique can 
be^ used to measure pressure changes in the 
aiTtbient atmosphere by measuring their size 
changes, in this paper a summary of results 
on^ sizing microbubbles in circulation 
using double frequency techniques will 
presented. 



BE15-E.3 

Ultrasonic Imaging of Blood and Its Potential 
Applications in Studying Hemodynamics and 
Rheology, K. K. ohung*and Y. W. Yuan, 
Bioengineering Program, Pennsylvania State 
University, University Park, PA 16802 



With the advent of technology, blood which used to 
be considered anechcic in ultrasound imaging can 
now be visualized when a high frequency scanner is 
used. Work in our laboratory and elsewhere has 
shown that blood flow patterns can be readily visu- 
alized in vivo or in vitro in a mock flow loop. 
It has been found that blood echogenicity is criti- 
cally dependent upon red cell aggregation which is 
affected by the shear rate produced by the flow 
and fibrinogen content of the blood. Echo inten- 
sity correlates well with viscosity of the blood 
at low shear rate since viscosity is also shear 
rate dependent at low shear rates. More recently, 
a region with complete cell depletion was consis- 
tently found to occur in flowing whole blood under 
certain conditions at low shear rates. This phe- 
nomenon has never been reported previously. In 
this paper recent experimental results and real- 
time ultrasonic images will be presented to 
illustrate these observations. Also to be address- 
ed is the relevance of ultrasonic imaging as a tool 
for studying hemodynamics and blood rheology. 



BE15-E.4 

SpQckle Reduction in Ultrasonic Imaging using 
Two-dimensional Phase-insensitive Receiving 
Arrays , * J.J. Giesey,* C.R. Meyer, and P.L. 
Carson, University of Michiban, Dept. of 
Radiology, Ann Arbor, MI 48105 

Specular noise, which is inherent in all 
coherent energy forms, can limit the quality of 
ultrasonic Images. Speckle can be reduced by 
adding images formed by transducers with differ- 
ent characteristics. The amount of speckle re- 
duction was found to be a function of the im- 
pulse response and the input pressure waveform 
of the transducer. 

A pulse-echo imager which utilizes two-di- 
mensional phase-insensitive receiving arrays has 
been developed to reduce speckle in ultrasonic 
images. Four receiving arrays were constructed 
each containing 64 segmented annulus (SA) or 
hexagon elements with either spherical or coni- 
cal focusing. Preliminary results for a conical- 
ly focviseo SA array showed using 64 elements in- 
dependently reduced speckle by a factor of 3.£' 
over combining all elements into one subaper- 
ture. The results agreed with values found from 
the impulse response of the transducers. 

* This work was supported in part by PHS Grant 
#2-R01-HD17243-05 awarded by the National In- 
stitutes of Child Health and Human Development. 



BE15-E.5 

Kedical Bocu^^iifj^ oitra^^oriic 
rransaucers /vith Gausi>i .n Sjriace 
Velocity Cisrri outic^oln Shuwu* 
^ine Jiang bniversicy,f.an^:znou,Cnina 

The tneo»-etic anaxypts.desit-n oi tne 
construction and mea».jrement oi tne sound 
field for medical ultrasonic transducer 
w^tn Gaussian suriace velocity distriou- 
tion arp described. The piezocrystal plate 
01 the radus 6mm 1^5 .-nade iroai piezo- 
electric ceramics. The resonant ^itequency 
is Z.^hnz^The acoustic lens oi the local 
length 59mm is ojade ol epoxy resia* The 
Gaussian transducers have equivalent ra- 
dua 3mm ^ 

The focussing Gaussian transducers are 
measured by the sound field tested instru- 
mentation and imaged by the acousto-Xignt 
diflraction device,. c.nd compared with the 
us 'ally plane transducers, the focussing 
plane transducers and the focussing 
Gaussian transducers of equivalent iraaus 
fj.8mm*The developed Gaussian transducers 
nave* better near field characterization 
than others, There apear rione oi the maxi- 
ma and minima of acoustic pressure and 
reduce the minor looes so as to improve 
the resolution of /^&M ,.,ode uj.trasonic 
diagnosis instrumentations. 
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BE15-E,6 

A Novel Method for Pulse-echo Ultrasonic 
Tomography, W.C.A. Pereira and J.C. 
Machado* , COPPE/UFR J-BI0M£DICA , CP. 
68510, 21944-Rio de Janeiro-RJ, Brazil 

A new method to obtain two dimensional map of 
ultrasonic wave speed is proposed. The method 
consists of insonifying a medium with an 
ultrasonic pulse and receiving the scattered 
wave on the same transducer used as transniLtter 
and in another one placed aside. Each scatterer 
illuminated by the irradiated wave returns an 
echo to both transducers. Then by measuring the 
time of flight for each echo arrived on both 
transducers the position of each scatter, relat- 
ed to the transmitting transducer, and the wave 
speed in the medium existent between consecutive 
scatterers can be obtained. Computer simulation 
of ttxis method by transmission of an ultrasonic 
sine wave burst (pulse width of 5.12 Usees and 
wave frequency of 2.5 MHz) through a medium 
consisting of polystyrene spherical particles 
(diameter varying frc*n 0.6 mm to 1.0 mm) sur- 
rounded by water has provided encouraging re- 
sults for the proposed method. 



BE15-F-1 

Effects of Ultrasound on Mammalian Gonads, 
F. DunnT Bloacoustlcs Research Lab., Uni- 
versity of Illinois, Urbar.a, IL 61801, USA 

There are circumstances in which h-jinan gonads have 
the opportunity to receive significant ultrasound 
exposures during clinical diagnostic and therapeu- 
tic regimes. Thus, studies were conducted to 
determine whether morphological alterations of 
male and female gonads can be produced by ultra- 
sound as intensities approach therapeut*.^ levels. 
Mouse testes and ovaries were exposed In vivo to 
1 MHz CW ultrasound at spatial peak intensities in 
the range 2 to 100 W/cm^ for times ranging from 
300 to 1 sec. The gonads were removed surgically 
at times ranging from immediately following to 63 
days post irradiation and prepared histologically 
for microscopic analysis. 

The observed alterations in testis can be classi- 
fied according to the number and type of affected 
cell layers in the seminiferous tubule. Leydig 
cells were unaffected. Spermatocytes are affected 
before the spermatogonia, contrary to the situa- 
tion following ionizing radiation. 
In the ovary lesions are manifested by pyknosis of 
the cells, vacuolization of cells and tissue, 
eosinophilic cytoplasm, and general cexlular dis- 
ruption. Inr eases in the amount of PAS positive 
material appeared in the interstitial tissue. 
Luteinized structures appeared to be preferen- 
tially altered. 



BE15-F.2 

NaWNVASIVE ASSESSMEOT OF VESSEL. WALL PROPER- 
TIES. R.S. RenemanJ T. van Merode and A.P.G. 
Hoeks. Depts. of Physiology and Biophysics, 
Univ. of Lirnburg, Maastricht , Ihe Netherlands. 

Hultigate pulsed Doppler systenis (MPDS) allow the 
on-line recording of velocity profiles in arteries 
and the relative diameter changes of these vessels 
during the cardiac cycle (A(Vd). From the width of 
the profiles the arterial diameter (d) can be 
assessed. From ^d/d, d and brachial artery pulse 
pressure the distensibility coefficient (DC) and 
cross-sectional compliance (CC) of the common 
carotid artery can be estiiitated (Reneman et al. 
Ultrasound Med. Biol. 12, 465-471, 1986). In 80 
volunteers, DC and CC decreased linearly with age 
from the third age decade. DC and CC were found to 
be lower in young borderline hypertensives (n=15) 
than in nonrotensives (n=13), although blood pres- 
sure differences between these subjects were limi- 
ted • The detection of local changes in arterial 
wall displacement in addition to that of flow 
disturbances improved the accuracy of the diagno- 
sis of minor (<30% diam red) atherosclerotic le- 
sions (diag acc: 95.3%? sens:90%? spec:90%). Since 
with the MPDS used displacement of the anterior 
and posterior wall cannot ^ distinguished, a 
technique based on phase tracking of the RF-sig- 
nals, generated by the arterial walls, was deve- 
loped. This method is simple and allows the sepa- 
rate recording of anterior and posterior wall 
displacement. 



BE15-F.3 

Ultrasonic System for Noninvasive 
Measurement of Regional Elasticity 
of the Artery, K. Yamamoto*, T. Imura, 
T. Mikaml and H. Yasuda, Hokkaido 
University, N13-W8 Sapporo, Japan. 

To measure noninvasively the regional elastic 
properties of the artery, we have developed an 
ultrasonic system, which comprises an ultraso- 
nic displacement meter, an echographic equip- 
ment and a personal computer. The displacement 
meter is designed to track pulsatile motion of 
the anterior and posterior walls of the artery 
at the proximal and distal sites and also desi- 
gned to enable us to monitor easily a measured 
site on the display; therefore, even a deep 
vessel such as the aorta can be measured. From 
pulsatile diameter change, mean diameter and 
/or pulse pressure, the personal computer 
calculates the pressure strain elastic modulus 
Ep and regional pulse wave velocity PWV. 
Ep and PWV were measured on healthy subjects 
along the carotid, iliac and femoral arteries 
and the abdominal aorta. These measurements 
showed the progressive increase with distance 
to peripherals. Age-related increase in Ep of 
the abdominal aorta was also found in another 
series of measurement on 61 subjects. The sys- 
tem demonstrates the feasibility of noninvasive 
detection of atherosclerotic change. 
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BE15-F.4 

Stump Tissue Stiffness Measurements of Above- 
knee Amputees Using Doppler Ultrasound, T. 
Krouskop, M. Malinauskas*, D, Winningham, 
J. Williams, Baylor College of Medicine, Houston, 
Texas. ' 

Many problems for above-knee amputees stem 
from poor fit of their prostheses. At present 
the interaction of the residual limb with the 
socket is still not well understood. Charac- 
terization of live human tissue is difficult but 
is possible through mathematical models or non- 
invasive systems, 

A Doppler ultrasound system was used to measure 
the stiffness of stump tissue in twelve abov^- 
knee amputees. Measurements were made at three 
locations on each stump: anterior, posterior, 
and medial. Both shallow (0 to 1.5 cm) and 
deep (0 to 3.5 cm) reading wure taken. Pesults 
indicate that there are significant differences 
between shallow and deep readings, these 
differences being especially apparent at the 
anterior portion of the stump. However, no 
differences were detected among testing sites on 
the stump or between shallow and deep readings 
at posterior and medial areas. 
General stiffness values can now be found with 
this system. Investigation into methods to 
increase location and depth sensitivity are 
ongoing. 



PRESSURE MEASUREMENT BY ANALYSIS OF 
fSONANT PnEQUENCY OF ELASTIC MICROCAPSULES 
K.Ishihara*, A.Kitabatake, J.Tanouchi, K.Fuiii. 
M.Uematsu, Y.Yoshida, T.Nagakura, M.Hori. 
T.Kamada, M.Inoue, T.Taniurat,KXhiharat,H. AbeT, 
The 1st Dept. of Med. Osaka Univ., Osaka 553 
T;Fac. of Eng. Sci. Osaka Univ., Osaka 560 
* Osaka Na^.onal Hospital, Osaka 553 Japan 

We have developed a pressure measurement system 
using ultrasound. The principle is that resonant 
frequency of elastic microcapsules in liquid 
shifts depending on the surrounding pressure. 
Methods Pressure-sensitive microcapsules were made 
of vinylidenedichloride-acrylonitrile copolymer 
containing harmless gas. Mcrocapsules, classified 
into several classes according to the diameter, 
wore injected into an airtight cistern. Ultrasound 
was projected from a transmitter driven by 
function synthesizer. Wo compared the changes of 
frequency spectrum of the ultrasound passing 
through microcapsules with the changes in prefsure. 
.*Couxts OThe frequency spectra showed marked 
attenuation in specific frequency, indicating 
resonance of the microcapsules according to the 
diameter. 2)The resonant amplitude in the 
frequency spectrum linearly changed with the 
pressure. 3)The resonant frequency also increased 
witii the pressure. 

Conclusion We have confirmed experimentally the 
potential of this new pressure measurement m- thod 
using the resonant frequency of microcapsules. 



BE15-F.6 

In Vivo Frequency Response Measurements 
Using Ultrasound, M. C. Hastings^ 
Georgia Institute of Technology, 
Atlanta, Georgia 

A "Vscem using low-power ultrasound was 
<ie\ oped to measure the in vivo frequency 
response of internal organs to a mechanical 
stimulus. The system has two focused 
ultrasonic transducers, a transmitter and 
receiver. The organ to be examined is placed 
within the crossed foci of the tranbducers and 
insonified by the transmitter. Thft phase 
modulation resulting from the response of the 
tissue to the external stimulus introduces 
sidebands about the ultrasonic carrier in the 
spectrum of the received echo. The localized 
the organ is determined from 
amplitudes of the carrier and 
The sensitivity and spatial 
the measurement primarily 
depend on the diameter, focus, and frequency of 
the ultrasonic transducers. Presently, 6.35 mm 
transducers operating at 20 MHz are being used 
to investigate the mechanics of auditory organs 
in fish. This system can detect 12 Angstrom 
displacements with a spatial resolution of 0.28 
mm. Localized density variations within organs 
can also be determined using this dynamic 
measurement technique. Applications include 
distinguishing different types of kidney stones 
and identifying soft tL -ue tumors. 
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BE16-A.1 

:f oar A ci dU -t o jr y Pjros-t heeoe^ 
C. Fmley; Research Triangle Institute, 
Research Triangle Park, N. C. 27709 USA 

In the past development of auditory pros- 
thesis systems has followed iorqeiy an 
empirical path. Electrode designs pre- 
sently available for human incorporate 
features that were dictated by the con- 
straints of mechanical construction and 
insertion the physical unit into the coch- 
lea. Speech processor development has 
followed in a similar vein, being largely 
limited by the range of available technol- 
ogy that woiiid ultimately permit wearable 
processors. These approaches have proven 
remarkably successful in some individual 
patients but have failed miserably m 
others. This presentat i-^n focuses upon 
the basic mechanisms of neural stimulation 
with intracochiear electrodes and seeks to 
explain the basis for dramatic performance 
differences among individual patients 
using the same prosthesis system in terms 
of varidtione in survival of neural ele- 
ments within the cochlea. Design princi- 
ples are discussed t ;at allow a speech 
processing strategy to be tailored to the 
specific anatomical and physiological 
status of an individual patient. In addi- 
tion, considerations for design of optimal 
electrode arrays are diiscussed. 
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BE16-A.2 

A New Model of Extracochlear Prosthesis 
for the Profoundly Deaf/ 
Y.Hirata*, T.Ifukube, J.Matsushima+ and 
N.Hoshimiya, Res, Inst, of Appl, Elect., 
+Medical School/ Hokkaido Univ./ Japan. 

A new model of an extracochlear prosthesis 
that stimulates via an electrode superfici- 
ally placed on the round window membrane of 
cochlea was proposed as a less invasive al- 
ternative to insertion in the scala tympani. 
We have developed a Pt-Ir stimulation elect- 
rode coated with polyvinyl alcohol gel that 
is proved to be biocompatible material. The 
electrode is suitable for the extracochlear 
prosthesis because it can tightly contact to 
the round window membrane without damage it. 
As for a speech coding method, we have pro- 
posed a new idea that the pitch signal and 
the second formant frequency could be trans- 
mitted simultaneously by combining those two 
signals. In this method, an additional stim- 
ulation pulse is inserted among pitch pulses 
and the time delay of the pulse from the 
pitch pulse is in proportional to the second 
formant frequency. Those time sequential 
stimuli were given to guinea pigs through 
the round window membrane using the coated 
electrode and compound action potentials 
from cochlear nerve bundle were recorded. In 
this report, the efficacy of the electrode 
and the speech coding method is evaluated 
based upon the experimental results. 



BE16-A3 

A Nonlinecr Model for Kemp Echoes 
R. Newcomb* , P. Gdmez and V. Rodellar 
University of Maryland, College Park» 
MD 20742 USA and Universidad 
Polit^cnica de Madrid, Madrid, Spain 

Kemp Echoes are under investigation as 
a noninvasive means of characterizing 
and diagnosing damage to inaccessible 
parts of the ear. For this character- 
ization signal processing techniques 
are used to set up a lattice digital 
synthesis filter from the Kemp Echo 
data. The parameters of the lattice are 
also determined in terms of the mate- 
rial properties of the ear. By compar- 
ing the two determinations of the lat- 
tice, structural anomolies of the inner 
ear can be isolated. Because second 
order effects are important to the 
interpretation of Kemp Echoes, nonli- 
nearities become significant to this 
technique as a diagnostic tool. Nonli- 
nearities due to membrane and fluid 
interactions within the ear are incor- 
porated in the Kemp Echo lattice model 
presented. 

Supported by NATO Grant 0395/87 and NSF 
Grant MIP 85-06924. 



BE16-A.4 

Model Structure and Parameters Estimates 
for the Source Derivation of Auditory 
Brainstem Responses, S.Kahtoh*, T.Sekiya, 
M.Aruga, K.Yamazaki and M.Saito, 
* Teikyo University of Technology, 2289- 
23,Otani, Uruido, Ichihara, Chiba, Japan 

To obtain significant findings on ABR 
generators, ABRs to sine wave stimuli, were 
recorded in 10 normal Ss . The stimuli rang 
-ed from 50 to 80 dB HL at between 0.1 and 
1.0 KHz for more 512 responses, were given 
to both ears simultaneously. The responses 
within 10.24 ms, were recorded between the 
vertex and earlob with common grand at the 
frontal, and represented as a continuous 
curve in the complex plane in which sepa- 
rate plots for phase and vector length as 
function of frequency were shown. By using 
this result, we obtained the frequency 
characteristic of ABRs and used a fortran 
computer program to fit a linear transfer 
function to given frequency response mag- 
nitude and phase data. A conjugate search 
was used that minimizes the integral of the 
absolute value of the error squared between 
the model and the data. The transfer func- 
tion model suggested that ABRs have three 
vectors as model parameters, which are pro- 
portional, derivative and second order lag 
element • 



BE16-A.5 

A Neuro-Synaptic Model of Pitch 
Perception with Auditory Memory, 
K. Itoh* Faclt Med. Univ Tokyo, 
Tokyo 113, Japan. 

A model of temporal information process- 
ing in the auditory system was presented 
on the basis of the interaction of fast 
synaptic potentials as well as slow syn- 
aptic potentials in order to analyze the 
mechanism of pitch perception of complex 
sounds . 

In the model, the pitch was determined 
through five processes, i.e., the trans- 
duction of acoustic signals to cochlear 
microphonics, to fast synaptic potentials 
and to nerve discharges in the cochlea, 
i.he summation of the discharges in the 
cochlear nucleus, the extraction of the 
discharge. periodicities in the inferior 
colliculus , the temporal-to-spatial 
translation of the periodicities by slow 
synaptic potentials in the medial genicu- 
late body, and the determination pitches 
by picking local peaks in the auditory 
memory space of the integrated slow syn- 
aptic potentials in the auditory cortex. 
The model could explain the extraction 
and cancellation process of difference 
tones as well as synchrony suppression. 
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BE16-B.1 

Camjxiteri^ed Analysis of ^ye Movements, 

G.O'Nem, «?J.versity Hospital of Vfales, Cardiff, U.K. 

Ihe simplest method of eye movemsnt analysis is by direct visial 
observation vhereby an evaliaticn can be nade of ^2e nystasns, 
reftotion saccades, slew pursuit mowements and vestibular 
nystasms induced by positioning, thennal and -otaticcBl stiraull. 
The decree of amlysis possible however is clearly limited, e.g. * 
themally or rotaUorally Induced vestibular nystagnus nay'be* * 
quantified by either timing the duration of the response cr 
couitlng the nunber of nystagnic beats in a given time interval. 
f=bllcwing sane rotable pubUcaticos in the 1950's, clinics 
became more avare of the advantages of the teduiique of electro- 
oculography in the assessment of vestibulo-ccular anction with 
such measures as nystagnus an^ilitude, n^uency and slow^phase 
velocity being available fixm the chart reccrdir^. Ihe anount 
of Infomation viiich may be extracted, even by this method 
however, is limited by constraints of the speed, accuracy and 
endurance of the hican being. It nay be argued that a 
con?uterlsed system of recording and analysis wculd provide not 
only a more detailed, but also a more standardised evaliation 
of eye raovemeats Uan is possible by ccnventioral means. 
Because of the difficulty in progranming a conputer to deal with 
the analysis of weak and xrregylar nystagnic ^e movonents, mcst 
coc^uter systems to-date Incorporate a large degree of nanual 
decision rraking. The ultimate system would be one vhich could 
analyse eye movements acarately without hunan intervention. 

paper describes a fully computerised system with exarnples 
of analysis of refixation saccades aod respases f>cm thermal 
optokinetic and rotational stimuli. ' 



BE16-B.2 

Smooth Pursuit Eyr Movement Characteris- 
tics Depending upon Attent.^on to a 
Moving Target, Y.Ebisawa*, H.Mlnamitani 
and M.Takase, Keio University, Hlyoshl 
3-14-1, Yokohama, 223 Japan 

It is considered that characteristics of human 
eye tracking movement are changable by the level 
of subject's attention to a moving target. 256 
pieces of LED were arranged horizontally In a 
line. The position of the target, only one 
lighted LED, was moved slnusoldally at 1 Hz, 
± 10 degree by a micro-computer. Eye position 
signal was recorded by electro-oculographlc 
technic. Target Brightness Feedback (TBF) 
mathod, which is one type of visual feedback 
methods, was developed In order to increase the 
attention. Under the TBF condition, the target 
comes to be darker when subject cannot correctly 
track It. He must track the target as accurately 
as possible so that the target does not turn 
darker. Under non-feedback condition, the target 
IS always bright and the subject tracks the 
target as usual. 

The characteristics of eye movement under the 
TBF condition were compared with those of non- 
feedback condition . Saccadic components were 
removed from total eye movements by our new 
algorithm. The gain of smooth pursuit movement 
to the target movement increased and the phase 
delayed ^en the attention increased by the TBF. 



BE16-B.3 

Electro-oculographic measurement 
of inter-saccadic latency in 
congenital nystagmus, G. Bosone, 
R. Reccia, G. Roberti, P. Russo*, 
University of Naples, 1-80125 
Naples, Italy. 
We measured the frequency distribution of 
latencies of the quick phase of nystagmic eye 
movements in patients with congenital 
nystagmus (ON) , from electro-oculographic 
(EOG) records of the oscillatory eye 
movements in eight patients, since it is 
commonly accepted that the same non-defective 
oculomotor system controls the generation of 
both (normal) saccades and quick phase eye 
movements in CN, our measurements were 
considered as giving the distribution of 
inter-saccadic latencies in the range 0.1-0.6 
s. For each patient, we recorded a 3-4 s long 
EOG, repeating each session 22 times. The 
average inter-saccadic latency was computed 
for each record, by evaluating the peak 
time-frequency of the EOG spectrum with 
digital power spectral methods. The frequency 
^distribution of these average latencies is 
peaked at about 220 + 40 ms, with a 
gaussian-likc shape. 



BE16-B.4 

Three Dimensional Measurements of the Ocular 
Fundus and Evaluation of the Papillary Excavation 
in Glaucomatous Eyes, T.Yoshimura*, H.Nakatani 
and N.Suzuki, Faculty of Eng., Kobe Univ., Rokko 
Nada, Kobe 657, Japan 

Vertical and equidistant parallel grating lines 
are projected onto the ocular fundus from right 
side of pupil and a set of stripes reflected into 
the normal direction by the fundus is recorded 
with a TV camera. The deformation of the detected 
grating images gives the depth of the excavation 
on the ocular fundus. In order to accurately 
detect the grating image, we have used a new 
method, which subtracts two fundus images before 
and after shifting the projected gratings by a 
half period. By using this technique, the back 
ground noise due to blood vessels on the images 
is removed and only the grating images have been 
detected. From the deformation of the each 
stripe of the accurately detected grating image, 
we evaluate three dimensional distribution of the 
ocular fundus, the depth of the optic disc and 
cup-disc ratio. In glaucomatous eyes with visual 
field changes, the excavation starts in the 
retinal area and the corresponding rim is 
destroyed. We discuss that the glaucomatous 
visual field changes is dependent on the excava- 
tion showed above. 
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Development of a micromachlned transensor 
for monitoring of intraocular pressure 

Y Und^ift B H6k. L EjdesjO. L Tenerz, Electronics Department, 
Inslhule of Technotogy, Unhrerslty of H>psa!a, Box 534, S 751 21 
t^sala. Sweden, B Svedberch, Instilule of Oftalmology, Academic 
Hospital, S-750 14 Uppsala 14. Sweden. 

Nontraumatic, continuous monitoring of Intraocular pressure Is an 
Important, as yet unsolved problem, In several stales of disease, 
Including glaucoma. We suggest for solving this problem, the 
utilization of a passKw transensor, consisting of a resonant 
capaoTtve-lndudive network^ in which the resonance frequency is 
a function of pressure. We show that such a passive transensor can 
be integrated with an artlficta! lens without Impairing normal 
seeing and be Implanted In the eye w'thout trauma. Monitoring of 
the resonance frequency can be performed by means of 
microelectronic circuitry encased In eye-glasses. In this paper, 
the technology of transensor fabrication is presented, using 
micfoir.achining techniques, like photolithography, deposition, 
etching and anodic borvding. This results in excellent performance, 
high rjproductbility, and low cost. Data on prototype performance 
compared with theoretical estimations are given. 
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BE16-B.6 

An approach of early glauocaa detection 
Yin Chang*, Institute of Biomedical Bnq. 
Naticml Yang Ming Medical OoUege 
Y«o-An Fu, Chang Gung hSemorial Hospital 
Taipei, Taiwan, Republic of China 



Ccui glaucctna be early detected? Color sensaticxi 
test nay provide a valuable indicaticxi of early 
glaucctna syinptoa whidi the glaucoma suspects are 
not aware* A 4-channel, 12-bit precisiai light 
inteisity and oonputer controlled, anonaloscope 
onployed Moreland's color matdi equation is 
built to give the color sensatkxi test at Chang 
Gung Msraorial Hospital in this study* The result 
shows the glaucona patients and scma glauooma 
suspects have "blue shift" of roatdi point and 
have a wider roatdiing range than t±e normal 
observers* 



BEi6-C.l , 

Dynamic Analysis of Accommodation and 
Pupil Diameter under the Natural Viewing 
Condi tion,F.Okuyama*,T. Toko r o, K .Yana and 
M.Nagayama , Tokyo Medical and Dental 
Uni'/ersity .Tokyo , Japan. 

Accommodation, the the focusing system in 
the human eye, and changes in pupil size 
occur together .This is similar to a came- 
ra when focusing and diaphram size 
change togrther.lt is considered that 
these two functions in the eye ocuur 
together in order to perceive a clear 
visual image and maintain it. This dynamic 
relationship has been widely discussed In 
the literature. 

We measured accommodation by infrared 
optometer and pupil diameter by TV in- 
frared pupilmeter simultaneously under 
natural binocular viewing conditions 
while viewing a sationary actual target. 
Fluctuations oi accommodation and pupil 
diameter were analyzed by cross-cor ela- 
tion function and cross-spectrum using an 
FFT(Fast Fourier Transform) signal analy- 
zer (SM-2100 , IWATU Electric Co.). The re- 
sults yielded a minus correlation btween 
two fluctuations .This demonstrates that 
pupillary constriction occurs with a 
decrease of accommodation resulting in a 
deeper optical depth in the human eye. 



BE16-C.2 

Eye Length Heasurcmait by 
laser Interferonetry 

A.F. Fercher* Universitat Wien, A- 1090 WIEN 

If the piipil of the eye is illuminated by a 
collimated laser beam the remitted light ex- 
hibits fringes similar to the well-known 
Newton's interference fringes. Using this pheno- 
menon together with an adequate interferometric 
technique we have been able to measure the 
optical length of the eye with a precision of 
.03 nro. The geometrical eye length was obtained 
from the interferometrically measured optical 
length by using an average refractive index 
according to Gullstrand. A series of in vivo 
measurements of several human beings shows a 
good correlation with the acoustically deter- 
mined eye lengths. This technique is noninvasive 
an no additional means such as anesthesia are 
needed. The high transversal resolution of this 
technique may lead to additional possibilities, 
e.g. the measurement of the surface profile of 
the fundus. 
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BE16-C.3 

A Finite Element Model of Radial Keratotomy 
Surgery, R»P» Vito,* J.W. Shin, Georgia 
Institute of Technology, Atlanta, Georgia; 
B» McCarey, G. Waring, Emory University, 
Atlanta, Georgia. 



Though radial keratotomy is commonly used by 
surgeons to correct refractive erroi^s, the 
mechanical basis for the surgery is not well 
understood* The immediate surgical outcome is 
determined only by mechanical factors while, in 
the long term, other effects, such as wound 
healing, are important* Accordingly, we have 
used a finite elemenr based model of the cornea 
to simulate the effects of various surgical and 
physiological parameters as well as surgical 
errors on corneal curvature. 

Results indicate that incision length and 
depth are important determinants of surgical 
outcome; a fact consistent with clinical 
observations. The effects of surgical errors, 
such as incisions of unequal depth or length, 
were surprisingly small. 



BE16-C.4 

COiMPUTER AIDED VISUAL FIELD DIAGNOSIS 
G.C.Filligoi*,L.Capitanio, N. Accornero 

Visual Field (V.F.) analysis is widely used in 
clinical practice for the important informations it 
provides in neurologic and ophtalmic pathologj'. 

In the last years many computerized device:3 have 
been set-up in order to achieve better results, but 
their purpose is mainly concerned on collecting da- 
ta and presenting a map of the results. 

In our project we developed first a system for 
collecting V.F. data using e standard IBM-XT compu- 
ter with a T.lack and white monitor for presentation 
of the light stimuli. For the analysis of the field 
we developed a dedicated software using techniques 
of image processing for extraction of scotoma*s fea 
tures (i.e., shape, size, position, etc. of V. F. 
losses) and recognition of other typical field de- 
fects . 

Afterwards, a procedure for the analysis of tl:e 
logical sequence used by the neurologists to set a 
diagnosis on the basis of the V.F. data have been 
implemented. 

The decision tree which models this strategy pa 
rallely drives the acquisition of the proper featu- 
res automatically extracted from the data. 

Our preliminary results confirm both validity 
and reliability of the parameters used in V.F. auto 
matic analysis. ~" 



BE16-i:.5 

Use of a Programmable Remapper 
as a Potiental Aid for Patients with 
Visuai Field Defects, David S. Loshin*, 
University of Houston, College of 
Optometry and Richard D. Juday, Tracking 
and Communications Division, NASA 
Johnson Space Center, Houston, TX 

A Programmable Remapper which is a digital image 
processing machine of unique design and function 
has been developed at NASA, Johnson Space 
Center, The Remapper is designed to perform 
coordinate transformations in real-time on video 
images. The original intent of the Remapper was to 
simplify some aspects of pattern recognition in video 
imagery. NASA's interest arises from problems in 
automated tracking and docking of spacecraft and in 
autonomous landings on Mars, The Remapper's 
potential application to human low vision became 
apparent early in its development. In cases of ocular 
pathology that result in retinal field defects such as 
retinitis pigmentosa and macular degeneration, 
portions of the visual space are lost. The Remapper 
can warp displayed images so that they fall onto 
viable retina and thus provide information that would 
otherwise not be perceived. We have developed and 
will report on alogithms for several types visual 
remappings using an image processor {with static 
images) to demonstrate the concept. 



BE16-C.6 

The Limits of The Man-Machine Interface WUh 
Respect to the Visual gystera. 
H. Pichler^ F. Pavuza, G. Beszedics, Tu V/ien, 
A-lOliO Vienna Austria 

In the field of medical instrumentation a state 
of the art man-machine-interface includes, in most 
cases, a cathode ray tube (CRT), Alphanmerical 
displays, combined with picture processing offer a 
powerful information system to the user and are 
commonly applied in the field of measurement 
systems, system operation and state control. 

The visual part of the cognitive system offers a 
measurable overall modulation transfer function. 
(MTF), which is a combination of both the MTF of 
the CRT and the human eye. The MTF of the CRT's 
screen depends on the type of screen (monochrome 
or color, the latter one characterized by the 
type of implemented shadow-mask). Both functions 
must be intelligently combined to obtain an 
optimized MTF for the overall system, or to 
adapt the screen parameters to the characteristics 
of the human eye. 

The paper describes the MTF of a typical human 
eye, its approximation, and the MTF of the 
different CRTS In addition, the recommended 
parameters for displays working with commonly 
used TV and HDTV-systems are given. 
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BE17.1 

Biodynamic Response Determination to Transitory 
Acceleration » Paul H. Frisch*, Frank Lambert, Applied 
Physics Inc, 31 Highview Avenue, Nanuet NY 10954 

Transitory accelcrction profiles experienced by military 
pilots during air combat maneuvers (ACNI), emergency 
egress, and crash/impac^ events have demonstrated 
significant performance limitations, during ACM, and 
injury potentials ranging from mild trauma to death. 
Research efforts addressing methods of enhancing pilot 
physiological acceptability and limiting injury 
mechanisms, have focused on dynamic simulation of 
pilot/crew station interaction during transitory and 
sustained acceleration. Simulation via human analogues, 
such as a anthropomorphic manikins dynamically and 
mechanically simulate human response, while loading the 
ejection seat and crew station as would the human 
counterpart. Dynamic manikin testing provided detailed 
insight to potential injury mechanisms and provide a 
criteria for evaluation and comparison of complex 
aircraft escape systems and crew stations. The ability to 
measure the three dimensional biodynamic response of a 
human surrogate, predicts the focus and G-loading the 
pilot will experience. Detailed knowledge of this 
environment enables new protective devices (G-suits, 
reclining seats) and modified crew stations to be 
developed reducing the physiological stress imposed on a 
pilot. The presentation will foc^ > on manikin 
development simulating human biofidelity and response, 
and instrumentation techniques enabling the measure of 
the six degree of freeoom response of the manikin. 



BE17.2 

ClNEMAl.C AND DYNAMIC GAIT 
ANALYSIS 

Pelisse F^l, Geiger D 2*, Marie F^^ 

(1) Centre d'Etudes et de Recherches de 
TAppareil Locomoteur - 94460 VALENTON 

(2) Laboratoire de M^canique Physique, 
University Paris XII - 94010 CRETEIL 
(FRANCE) 

Compulation of the forces applied to the hip, knee and ankle 
joints during human locomotion requires the knowledge of 
ground reaction and kinematics. This study presents a method 
which provides a graphic representation of the load applied to the 
lower limb joint during the stance phase of the walk. 
The use of a force-plate (0,8 r. 0,3 meters), on line with a 
computer allows the quantification of the resultant force of the 
pressure cxcrccd between foot and ground. In order to record the 
spacial-lcmporel evolution of the geometrical center of the joint, a 
small incandescent lamp is externally located on the virmal axis of 
flexion of the joint. The position of the lamp relative to the force 
plate (external boundaries) is measured by means of two linear 
CCD. cameras.(i728 cells - 13x13 pm). Camera lens of 50 nmi 
and 135 nun are used for measurement in sagittal and frontal 
plane respectively. An additional hemi- cylindrical lens is set 
inside the body camwa in order to magnify tl-ie size of the vertical 
field. The force-plate and kinematic data are recorded every 0,01 
second during the stance phase of the gait cycle. During the 
computation of analysis of the joint force transmission, a parallax 
correction is performed. 

A mathematical model similar to Harrington's one is used for 
simulation of the biological structure of the knee. 



BE17.3 

PORTABLE GAIT LABORATORY: PRELIMINARY RESULTS, D. 
Aron^^on, Kang*, V. Musselman, and A. King, De- 
partment of Orthopaedic Surgery, Wayne State Univ. 
School of Medicine, Detroit, Michigan, U.S.A. 

The gait analysis laboratory has evolved from a 
research tool to a clinically accepted modality 
for stud(y1ng children with neuromuscular disor- 
ders. Current gait analysis laboratories are ex- 
pensive and require considerable space. This 
study was undertaken to compare the early results 
of our portable gait lab with existing gait anal- 
ysis laboratories. Five children between 7 and 
10 years of age were studied with the portrble 
gait lab. The lab consists of shoe-borne load 
cells, portable data acquisition system, SP2000 
motion analysis system, and a personal computer. 
The shoe-borne load cells v/ere used to collect 
three-dimensional ground reaction force data. The 
SP2000 system was interfaced with a personal com- 
puter to record three-dimensional kinematic data 
from the hip, knee, ankle and foot. The results 
revealed that cadence, stride length, and walking 
velocity were slightly less than that previously 
published by conventional gait laboratories. By 
contrast, rhe ground reaction forces, joint range 
of motion, and EMG*s correlated very closely with 
previously published data. The portable gait lab 
provides ground reactive data from multiple steps, 
which is a major advantage over conventional lab- 
oratories. 



BE17.4 

VAT - Vestibulai AutOr 0 tat lun [est - in the 
clinic and m weightlessness. 
A.MSnssor^t and S. Vescerhauge 
University Hospital Copenhagen, DeninarK. 

Vestibular OLulai reflex iVOR) both vertical 
and hortzonta) is tested during voluntary head 
oscillations. Testing the vestibulai function 
m the frequency range £*-6 Mz is possible 
without the npso for expensive t»jrntabie*=». 
Head movements are racorded via an angular 
( atesensoi . Tfr lorr espondmg comperisatoi y eye 
movement*^ are corded via supriff ic lal elec- 
trodes. Anticoiivensatory eye movements and vi- 
sual interference are avoioed b/ using stifpulus 
frequencies above r? Hz. Auto calibration nf the 
eye siqnal level is performed u^Jjng Hz head 
rotation with the eyes fixating a distant 
point. The VOR transfer tunctioii is determined 
using cross power spectral analysis. Head 
tatations at u guided b/ a fie-quency modulated 
sound Tignal . 

The test have been used both m ihe clinir. to 
evaluate patients and in space research related 
parabolic flight experiment';, Kit est m NASA's 
KC-13t5 aircraft. Transfer function paramete.c* 
are stable and repioducible and the utilization 
of the test m otoneurological patients is 
promising. 

O ijf 
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BE17.5 

THE VARIABILITY OF A SIMPLE LEARNED XOVEHENT 

R.L.G. Kirsner*& E. Byrne. St.Vincent*s 
Hospital, Fitzroy, Victoria. 3065. Australia. 

Learned ballistic movements executed in response 
to visual cues display considerable variability. 
Far from being an artifact, the variability is a 
fundamental part of the response and provides a 
measure of the central control of muscle activity. 

Step shifts in the position of a vertical line on 
a video monitor were corrected by rotation of a 
subject's forearm. Rotation, angular acceleration, 
biceps and triceps emg were recorded on a 
computer. The acceleration waveform has been 
found to provide a very sensitive and quantifiable 
measure of response variability. 

Linjited patient studies have shown that in cere- 
bellar dysfunction, the acceleration amplitude is 
considerably decreased while the variability and 
time course of the movement are much larger than 
normal. 

From a clinical viewpoint, this technique can 
provide considerable insight mto abnormal central 
integration of ballistic movements. It may also 
suggest tr€at.T:cnt strategies useful in re- 
habilitation as well as providing an objective 
assessment of recovery. 



BE17.6 

Analysis of Self-Induced Hand Oscillation 
as a Model of Physiological Tremor 
A.Watanabe*, K.Goto, and M.Saito, Institute 
of Medical Electronics, University of Tokyo, 
Tokyo 113, Japan. 

Tremor is expected to provide neurological infor- 
mation if its mechanism is fully understood. The 
objective of the present study is to establish 
the rnathematical model of physiological tremor 
based on the oscillation characteristics of the 
hand . 

The two-reflex-loop model is proposed, which is 
composed of the mechanical system and the spinal 
and supraspinal reflex loops. The most important 
parameter in the model is the gain ratio of the 
two reflex loops. Two types of measurements are 
performed: slow relaxing movement and posture main 
tenance. In the former experiment reflex oscilla- 
tion characterized by the double-line spectrum is 
induced separately from mechanical oscillation. 
In the latter the relationship between the accel- 
eration and EMG is investigated by the Fourier 
analysis. The physiological parameters estimated 
agree well with those reported in the literature. 
The diversity of frequency change of physiological 
tremor can be attributed mainly to the change in 
the loop gain ratio. 



BEIS-A.l 

Fiber-wrapped Chambers for Computation of 
Three-dimensional Blcod Flow in the Heart. 
D.M. McQueen* & C.S.Peskin, Courant Institute 
of Mathematical Sciences, New York, USA. 



The goal of our project is the computer predic- 
tion of three-dimensional flow patterns of blood 
in the chambers of the heart. Our computational 
approach is based on the fiber-oriented method 
which we have employed successfully in two di- 
mensions. Detailed dissections of the paths of 
muscle fibers in animal hearts (by other resear- 
chers) have revealed a complex pattern of tra- 
jectories on nested toroidal shells contained in 
a basket-like sheath. Before attempting to con- 
struct a model of the heart, we have computed 
flows in some simpler three-dimensional struc- 
tures . We have constructed a torus by means of 
a network of closed elastic fibers which make 
several turns about the torus lumen while making 
one circumferential turn. In this setting we 
have studied the flow resulting from the passive 
relaxation of an initial bulge in the torus and 
the peristaltic flow resulting from a wave ot 
muscular contraction circulating around the 
torus. The results from this latter study com- 
pare well with a simple linear theory. 

We are now constructing a whole heart model 
employing fibers which follow geodesic paths on 
a number of relatively simple geometric shapes. 



30 0 



BE18-A.2 

Theoretical modeling of the coronary circulation, 
C.Guiot ,C.Cancelli,T.J.Pedley and P.G.Pianta, 
Dip. Anatomia e Fisiologia Umana delTUniversita 
di Torino, Corso Raffaello 30,10125 Torino, Italy 

A model of the left coronary circulation as a net- 
work of collapsible vessels mimicking the microva- 
scular compartment can satisfactorily reproduce 
the coronary flow rate, provided a distributed, 
one dimensional, separation free, viscous flow 
theory is assumed for each vessel. 
Any simpler representation, amounting to a lumped 
model of essel resistance and compliance, as some 
workers have proposed, cannot reproduce the obser- 
ved waveforms. The reason is that the scale for 
time variations of the transmural pressure in ear- 
ly and late systole is too short in comparison 
with the time scale defined by the system elasti- 
city for wave propagation effects to be ignored. 
Both a distribuited and a lumped model have been 
worked out in detail, shov/ing that for a given 
range of physiologically sensible parameter values 
the first one can realistically simulate the main 
features of the coronary flow waveform, while the 
latter exhibits unobserved artifacts and distur- 
bances. 
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BE1B-A.3 

Model Prediction for the Interactive Forces Betveen 
Contracting Hyocardium and Coronary Vessels r 
y« Lanir and £• Nevo, Technion-Israel Institute 
of Technology, Haifa, 32000, Israel 

Mechanical interactions between contracting 
myocardial tissue and intramyocardial vessels has a 
dominant effect on the coronary flow. Previously 
proposed models of the coronary circulation have 
considered the isotropic intramyocardial tissue 
pressure (IHP) as representing these interaction 
forces* Morphological studies have shovn hovever, 
that intramyocardial vessels are attached to neigh- 
boring myocytes by a dense network of collagen 
struts. Hence the force exerted on each vessel is 
the sum of contributions from the isotropic hydro- 
static pressure of the inter£,titial fluid and from 
the anisotropic solid stress of the collagen. The 
latter contribution depends on the specific orien- 
tation of each vessel. 

Experimental evaluation of intramyocardial solid 
stress is not possible, but it can be evaluated 
from theoretical stress analysis. Recently a 
structurally based myocardial material lav has been 
developed in our laboratory and applied in a model 
of the left ventricle. Simulation of the whole 
cardiac cycle resulted in histograms of stress and 
pressure fields vhich lead to evaluation of the 
forces exerted on each vessel as a function of its 
location in the wall and orientation. These 
results will be presented and discussed in terms of 
their relevance to the coronary circulation. 



BE1B-A.4 

Coronary pressure-flow relation after 
trans i t i on *rom bl ood to Tyrode 
perfusion in the maximal ly di lated 
diastolic cat heart, L.C. van Dijk, R. 
Krams, P. Sipkema and N. Westerhof*. 
Vrije Universiteit Amsterdam, PC Box 
7161, 1007 MC Amsterdam, The Netherlands 

In 6 isolated, diastolic arrested, maximally 
vasodilated cat hearts, we studied changes in 
coronary pressure-flow (P-F) relations (with zero 
flow pressure intercept, Pfnt) after a change from 
blood to Tyrode. The pressure-flow relations were 
f i tted wi th a mathemat ical model : Pq(1 -exp(- 
F/Fo)+k.F+Pint; Pq' ^^o' ^ ^nd Pip^ are model 
parameters. Pi^^ (in kPa, mean + SD) changed from 
2.0 ±0.3k during blood perfusion, to 2.5 (+0.55), 
2.6 (+0.68), 2.5 (+0.9'f), and 2.7 (+1.3^^), during 
Tyrode perfusion for 2:15, 5:30, 10:30, and 25:00 
minutes, respectively. Resistance (defined as the 
ratio of perfusion pressure and flow at 10 kPa 
perfusion pressure) steadily rose to about 170% of 
the value during blood perfusion. The observation 
that the apparent intercept pressure is 
maintained, when a particle free (Newtonian) 
perfusate is used, may indicate that this 
intercept is not a result of blood rheology alone. 
The increase in resistance with decreased 
perfusate viscosity, suggests an effect of edema, 
which increases interstitial volume at the expense 
of intravascular volume. 



BE1B-A.5 

A Mathematical Model of^ Reactive Hyper aemia, 
S. W. Sinye*,M. I. G. Bloor , Medical Physics Dept 
St. James Hospital, Leeds LS9 7TF, UK. Applied 
Maths Dept. Leeds University, Leeds. UK. 

Reactive hyperaemia, the increase in blood flow 
after a period of circulatory occlusion, involves 
a variety of vascular control processes including 
metabolic, myogenic and pcxssive factors. 
The role of a pressure-related change in vascular 
resistance, due to the myogenic response, has 
been considered in detail using a tube model of 
the limb arterial system. The equations 
describing the flow, local pressure p, and 
cross-sectional area of the tube S, include a 
relationship between S and p (myogenic response) 
the form of which is constrained given that p 
should evolve in a stable manner. Independent 
experimental justification is available. 
The solutions describe flow which rises, within 
5s of occlusion release, to a peak of 
approximately 10 times resting flow, decreasing 
to normal over the following 30-60s. These 
results are consistent with venous occlusion 
plethysmography and isotope clearance methods. 
The model predicts that the flow vajt nation is 
principally due to the changin»j ^^ressure-gradient 
and not to the relatively small change in S. 
The model clarifies the role that myogenic 
responses may play in reactive hyperaemia. 



BE1B-A.6 

TRANSCORONARY DENSITY TRANSPORT 
FUNCTIONS OBTAINED BY ITERATING 
THE CONVOLUTION INTEGRAL 
E.Gallasch* T.Kenner^Universitat 
Gra2,A-8010 Graz, Austria 

During transition of a bolus of indica- 
tor fluid through a network of arteries, 
capillaries and veins, a series of events 
influences the variation of the time 
course of the concentration of the indi- 
cator bolus. 

A usual descriptor for the transition of 
an indicator through a vacular bed is 
the transport function h(t). Because its 
nearly imposible to produce an ideal im- 
pulse injection on the upstream side we 
have deve Hoped a modeladjustment tec^- 
nique for the calculation of the trans- 
port functions from the up- and down- 
stream curves. The square error (differ- 
ence between model and measured output) 
is minimised iterative by the steepest 
decent technique. 

As a result we show that this method ex- 
hibits some advantages ( stability against 
observational errors and aditional noije) 
over usual methods via fourier transform 
or numerical deconvolution. 
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Evaluation of blood velocities in ventricular and 
atrial coronary circulations by three different 
means of access using a laser Doppler method, F. 
Kajiya* De partment of Medical Engineering, 
Kawasaki Medical School, Kurashiki, Japan 

A laser Doppler velocimeter(LDV) with an 
optical fiber has been demonstrated to be useful 
for measurements of the coronary circulation. 
Using LDV, we took three means of access to the 
vessels according to the difference in measuring 
objects: (l) Large epicardial coronary artery and 
vein. Ke inserted the fiber from the side wall 
into the vessel with an aid of a cuff. 

(2 ) Relatively small artery and vein of which wall 
is transparent to laser beam rwe measured the 
velocity noninvasively to the vessel by placing 
the fiber tip on the surface of the vessel. 

(3 ) Intramyocardial artery and vein :we inserted the 
fiber into the vessel from the vascular portion 
just penetrating into myocardium. The velocity 
profiles across the vessels as well as the 
velocity waveforms near the central axial region 
in the circumflex coronary artery and the great 
cardiac vein were measured by the first access. 
The small artery and vein velocities on the left 
atrium were measured by the second access. The 
velocity waveforms in the deep septal artery and 
in a small intramyocardial vein were evaluated by 
the third access. The characteristic of the 
velocity in each vessel will be discussed as well 
as possible causes of the velocity waveform. 



BE18-B.2 

Skewness of Profiles of Velocity in the Coronary 

Arteries of Dogs, David R. Bell*, Hani M. Sabbah 

and Paul D. Stein, Henry Ford Heart and Vascular 

Inst, 2799 W. Grand Blvd, Detroit, MI 

Multiple range gate Doppler velocimetry was used 
to examine the velocity profile within the lumen 
of the left circumflex (L. circ) and left anterior 
descending (LAD) coronary arteries of 10 
anesthetized open-chest dogs at rest, after 
propranolol and after intracoronary adenosine. 
Profiles of velocity during peak diastolic flow 
were skewed toward the outer walls of the? vessels 
(P<0.007). The extent of skewness was not 

affected by propranolol or adenosine. Shear rates 
were significantly lower along the inner wall in 
comparison to the outer wall under all conditions, 
both in the L. circ and LAD coronary arteries 
(P<0.017) 
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In conclusion, irrespective of the levels of flow, 
the velocity profiles were skewed toward the outer 
walls of the coronary arteries. Consequently, the 
shear rate was lower along the? inner wall. 



BE18-B.3 

Fluid Dynamic Differences Bf;tKeen Smooth and Ir- 
regular Coronary Stenoses: Their Implications In 
Lesirn Progression, A ChurchHell*» D Abouelnasr. 
D Giddens» S Jones» Carlyle Fraser Hrt Ctr/ 
CraKford Long Hosp of Emory U, BUSH. Dpt of ME, GA 
Inst of Tech. Atlanta, GA 

The pathology of a coronary intimal plaque is caus- 
ally related to the rate of its progression to 
total occlusion. Complex plaques are more likely 
than simple plaques to occlude rapidly. On angio- 
graphy, complexity corresponds to luminal irregu- 
larity (LI). The purpose of this work is to assess 
fluid dynamic factors of stenoses Hhich might 
explain these observed differences. Models of 90% 
cross-sectional area reduction stenoses were con- 
structed based on angiographic measurements of 
coronary arteries. Four models were wade simula- 
ting lesions with and without LI. These models 
Kere placed in a steady floK circuit. Reynolds 
numbers (Re) from 25-200 (simulating various points 
in uhe cardiac cycle) ^ere utilized. Flo;; visuali- 
zation fvas attained by illumination with laser 
light. Laser* Doppler anemometer ( LDA) measurements 
Kere made at various locations in each model 
g onclusioa _ s ; FIok through all four models remained 
laminar through the raige of Re tested. There were 
no major differences in the primary floK features 
betKeen the models with and without LI. HoKever 
in the irregular lesions, small recirculating zones 
occurred m the concave portions of the lesion 
doKnstream of the stenosis throat. This is a 
conmon location of platelet deposition in complex 
intimal plaques. 



BE18-B.4 

Wall Shear Stress Calculations for * 
Human Coronary Arteries, H.M. Olsmats , 
R. Holenstein, W.A. Seed and R.M. Nerem, 
Georgia Institute of Technology, 
Atlanta, GA., 30332-0405, U.S.A. 

Estimates of wall shear stress in the human left 
epicardial coronary arteries have been carried out 
using a computer model of the coronary 
circulation. Pressure and flow are calculated by 
employing the one-dimensional continuity and 
momentum equations for flow with friction. The 
geometry of the left main (LM), the left anterior 
descending (LAD), and the left circumflex (LCFX) 
coronary arteries was taken from measurements on 
human post-mortem casts, and the input pressure 
waveforms were digitized recordings of aortic and 
lett ventricular pressure from humans. Shear stress 
as a function of time was calculated, using the 

,^oM°" (Cardiovascular Res., 

10:568-576, 1980), for the LM, the LAD-LCFX 
bifurcation, and at various positions along the 
LAD and the LCFX. Both fully developed^ow 
and entrance effects were taken into account. The 
general range of wall shear stress was found to be 
from 0 to 50 dynes/cm 2 with peak shear stresses 
occurring in the entrance region of the LM 
Negative shear stress values were observed* 

of 'th " lCFx" ^'"^^^ 
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CoKonoAy (UAcuZaUon Undent HZqH So^tocned 
GKav^y, S. H. Zhou, E. M. Collins an. 
R. Collins*, Technical University of Nova 
Scotia, P. 0. Box 1000, Halifax, Nova Scotia 
(Canada B3J 2XA). 



When pilots of jet combat aircraft execute 
operational manoeuvers, large angular 
accelerations are produced which cause blood 
to drain from the brain and heart toward the 
feet. We wish to develop a mathematical model 
for the coronary circulation in such an 
accelerative environment, with a view to 
improvinf our understanding of the cardiac 
performance of jet pilots. The governing 
equations of motion will contain not only terms 
related to these accelerative forces, but also 
incorporate active neural control of the 
vascular calibers and heart rate. A quasi 
one-dimensional unsteady flow model will be 
presented along with preliminary calculations 
of the pressure and flow fields under a variety 
of operating conditions. 



BE18-B.6 

A noninvasive eethod for the three dimensional iaage of 
coronary artery, Tetsuo Okaiura**,Naoki Suzuki \Zenji 
Nakano*,Hichihiko Matsui',Tsuneo Suzuki'',Sachio Ikawa'',ME 
Research unit* Dept. of Pediatrics^ Dept. of Cardiosugery' 
Dept. of Laboratory aedicine^ Jikei Univ. School of Med. 
105 Minato-ku Tokyo,Japan 

We developed a nethod for the three dimensional (3D) visua- 
lization of coronary artries using ultrasonic two dimen- 
sional (2D) echogram. The system for this method consisted 
of an ultrasonic 2D echograph to get the images of an 
aimed vessel and a computer graphics system which recon- 
stracts 3D image of the vessel. In order to collect trans- 
versed images of the coronary artery we applied ECG 
triggering and image processing technique. Because the 
coronaly artery moves with the pulsation of the heart and 
its location from the surface is too far to get a clear 
image. A probe was placed in the 2nd or 3rd intercostal 
space. Successive images are taken by moving the probe to 
the direction of distal part of coronary artery. In our 
experiments, we came to the conclusion that the 3D rsodel 
using coloring and shadowing gave a clear view o\ the 
shape and the structure of vessels. Especially in case of 
aneurysmal dilatation, the change in wall thickness and 
distribution of plaques in the vessel can be visualize, 
where the angiographic method can not provide us with 
these informations. 



BEIB-C.l 

Quantitative Assessment of Blood 
Velocity Characteristics with 
Doppler Ultrasound 

D.P. Giddens*, R.I. Kitney & S.A. Jones 
Georgia Institute of Technology and 
Imperial College of Science 
and Technology 

Doppler ultrasound measurements of blood 
velocity must be derived from the frequency 
content of the Doppler signal. However, 
several factors contribute to- a smearing or 
broadening of the spectral content, so that 
velocity estimation can be difficult under 
certain circumstances. Spatial gradients, 
temporal changes, turbulence and the method 
of spectral estimation can all result In 
uncertainty In velocity estimation. In 
particular, the requirement of obtaining good 
frequency response In the measurement of 
temporal variations In velocity Is directly 
at odds with the requirement of securing 
velocity resolution. Experimental data will 
be presented which Illustrate these points, 
and the application of autoregresslve/maximum 
entropy methods to velocity and spectral 
estimation will be discussed by way of 
examples taken from both laboratory 
measurements and human studies. 



BE18-C.2 

Evaluation of Human Coronary Flow Dynamics in 
Health and Disease by 80 Channel 20 MHz Ultrasound 
Pulsed Doppler Veloclmeter, Y. Ogasawara*. K. Mlto. 
S, Matsuoka, S. Kanazawa, K. Tsi^loka and F. Kajlya. 
Kawasaki Medical School, 577 Matsushlma. Kurashikl. 
Japan 

Human coronary blood flow velocities (the left 
anterior descending coronary artery (LAD)) were 
measured by the 80 channel 20 MHz ultrasound 
pulsed Doppler veloclmeter developed In our 
laboratory. The depth resolution of our system Is 0.2 
mm and the sample volume for each sampling point Is 
7rx0.5^x0.2mm^. Doppler signals from 80 channels are 
detected by a zero-cross method and a signal from an 
optional channel is analyzed by a fast-Fourier 
transform method, both in real time. With this 
method, we have been able to analyze detailed blood 
velocity profiles across vessels, as well as velocity 
distribution (spectrum) in a sample volume. Two type 
of probe was designed to measure different objects: A 
cuff type probe was used for velocity measurements of 
a bypass graft and a plate-type probe holder was used 
for the measurements of the native LAD. In the post- 
stenotic region of the LAD, the velocity waveform was 
systolic predominant and the velocity profile was Ir- 
regular with wide spectrum, while the velocity 
patterns became normal, i.e., diastolic predominant 
Immediately after graft operation. The coronary artery 
velocity also changed significantly after aortic valve 
replacement in the patient with the valve disease, i.e., 
frorn systolic to diastolic predominant. 

39 3 
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BE18-C.3 

FREQUENCY DOMAIN DECOMPOSITION OF FLOW 
VARIABLES UNDER PULSATILE FLOW CONDITIONS 
Barucn B. Lieber* State University of New York 
at Buffalo, Department of Mechanical and 
Aerjospace Engineering, Buffalo NY 1A260. 

Concern over turbulence-induced hemolysis has led 
numerous hemodynamicists to measure the effects of 
fluctuating stresses on rad blood cells. Although 
many agree that turbulence may cause hemolysis and 
reduce durability of red blood cells, there is no 
agreement upon neither the magnitude of turbulence 
stress levels nor the duration of their applica- 
tion required for cellular damage. Since pulsatile 
flows in hemodynamics occur at fairly moderate 
Reynolds .lumbers, flow patterns may wax and wane 
and may include coherent structures and oscilla- 
tions of distinct frequencies in addition to 
turbulence, resulting in nonstationary phenomena. 
The frequency domain approach, based on the trans- 
formation of the unsteady Navier -Stokes equations 
into the frequency spectrum, provides a method to 
discriminate between small scale (cellular) tur- 
bulent stresses and large scale (inertial) 
stresses induced by coherent fluctuations. Flow 
variables are separated into a pulsatile trend, 
coherent fluctuations an«i random variations. 
Decomposition of a variable into its constituents 
is achieved using pattern recognition and fre- 
quency domain filtering for the pulsatile trend, 
matched filtering is than applied to discriminate 
between turbulence and coherent structures. 



BE1B-C,4 

Measurements of Blood F«ow by MR! 

John Gore* 
Yale University Medical School 
New Haven, CT 

?m^nlnST^' ^" .^^U^^^^^ Magnetic Resonance 
Imaging have provided powerful new methods for 
probing vascular anatomy and detecting various 
types of blood flow phenomena. Methods are 
also under development for quantitation of 
.l°°m.i«M " major vessels, In steady as well 

nLfPc ^U^u''°"^^^^?"^' ^"^ estimating 
perfusion at the capillary level. A variety of 
techniques are being evaluated. Vascular 
architecture may be studied In cross-sections 
at various angles using the multiplanar 
nh?.'?lSh°^ MRI while projection Images 
obtained by subtraction techniques give Imaqes 
much like conventional angiograms. Flowing 
materials give rise to signal alterations In MR 
Images that depend on their velocity, 
acceleration or higher moments, as well as 
their precise spatial and temporal patterns. 
Paramagnetic contrast agents or other blood 
pool labels can also be used to study perfusion 
effects. Various methods have associated 
problems or artifacts that are under active 
investigation, but the potential nonetheless 
exists to develop relatively precise flow 
measurements non-lnvaslvely In deep structures 
using standard conventional MRI equipment 



BE16-C,5 

3D Solid Modelling of Arterial 
Structures Using Ultrasound. 
R I Kitney* Department of Electrical 
Engineering, Imperial College, 
London SW7 2BT, UK. 

There is now considerable interest in 
the use of three dimensional 
modelling techniques for the study of 
m^^?"f} structure. The primary 
motivation of this work is the 
development of new diagnostic 
techniques for arterial disease. The 
Sf^ff^^^^ 'modelling methods 

developed to date have used a wire 
modelling approach. The work which 
will be presented in the paper uses 
full voxel space to create 3D solid 
models of high oualitv. 

The paper will also describe the 
application of these methods to 
ultrasonic imaging of arteries. The 
results of clinical trials will be 
presented in which 3D solid models of 
arterial structures are compared with 
pathological slides of the same 
structures . 
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BE18-D.1 

Blood Flow In the Heart and Large Vessels, 
M. Sugawara; The Heart Institute of Japan, 
Tokyo Women's Medical College, 8-1 Kawada-cho, 
Shinjuku-ku, Tokyo, 162 Japan 

Various systems for measuring the pressure and 
velocity of the blood have been developed, and a 
considerable amount of experimental and clinical 
data are now available. The introduction of the 
hot-film anemometer with its high spatial 
resolution and frequency response has greatly 
extended our knowleage of the blood flow in the 
aorta. Here, we describe the development of 
flow and transition to turbulence in the aorta 
in dogs . Turbulence in the cardiovascular system 
can also be detected with clinically used 
devices, such as the multi-sensor catheter. 
The so-called "anacrotic notch'* is analyzed in 
relation to transition to turbulence in cases 
with aortic or pulmonary stenosis. Blood flow 
in the left ventricle can also be measured with 
a multi-sensor catheter. The interaction 
between the swirling motion generated by the 
inflow from the atrium and an aortic 
regurgitation during diastole is analyzed . 
Compared with the diastolic iclow-pattern, the 
systolic flow pattern in the left ventricle is 
rather simple. However, prior to the major 
ejection wave of the blood velocity and 
posterior to the P wave of the EGG, there is a 
spiky velocity wave. The cause of this spike is 
analyzed . 
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BE18-D.2 

Analyais of the flow field in a ZD-modB'^ of the 
carotid crtery bifurcation j C.c.M.Rindt » A. A. v. 
Steenhovenr A.Segal r H.S.Rcneman and J.D.Janssen/ 
Eindhoven University of Technology, Postbus 513, 
5600 MB Eindhoven, The Netherlands. 

To obtain insight into the complex flow patterns 
in the human carotid artery bifurcation, steady 
flow in a rigid 3D-model was analysed by finite 
element calculations based upon a standard 
Galerkin-formulation of the complete Navier-Stokes 
and continuity equation. The^o calculations were 
performed at physiological i\^.ynolds numbers and 
validated with laser-Doppler measurements. In the 
bulb high axial velocities were found near the 
divider wall and a region with reversed axial flow 
occurred opposite to the flow divider which occu* 
pied about 25% of the local cross-sectional area. 
At the end of the carotid sinus an axial velocity 
plateau was observed near the non-divider wall. 
Secondary flow at the entrance of the carotia 
sinus was completely directed towards the divider 
wall but halfway the bulb it shows a vortex, quite 
similar to the vortex found in a curved pipe. At 
the end of the bulb secondary flow was highly in- 
fluenced by the tapeting geometry at this site. 
From the data obtained it is concluded that secon- 
dary flow has a pronounced effect on axial flow* 
From a numerJLcal 2D- simulation it was found that 
the main differences between 2D- and 3D-f low are 
due to the absence of secondary flow in the 
2D- situation. 



Numerical Analysis of Pulsatile 
Wall Shear Stress in an Arterial 
Bifurcation, K. Perktold* and 
D. Hilbert, Techn. Univ. Graz, 
A-8010 Graz, Austria 



The study if fluid dynamic phenomena and 
flow-induced mechanical stresses in hu- 
man blood vessels is of great interest 
m order to clarify the contribution of 
hemodynamic factors on the pathogenic 
mechanism of atherosclerosis and throm- 
bosis. A hemodynamic factor of consider- 
able physiological importance is the wall 
shear stress. 

Here pulsatile flow through an arterial 
bifurcation model is analysed numerical- 
ly. The computer simulation of the time- 
dependent, three-dimensional Navier- 
Stokes equations is based on a special 
finite element method. 
The numerical results show the behavior 
of the time-dependent wall shear stress 
vector field and identify the zones of 
high and low wall shear stress values 
during the cardiac cycle. 



B£1jB-D«4- 

A Computational Approach to Biomedical 

Fluid Dynamics 
A. MazHer*, D. Giddens, J. Ekaterinaris 
Georgia Institute of Technology 
George W. Woodruff School of 
Mechanical Engineering 

Besides biochemical factors, fluid mechanical 
factors may play an important role in athero- 
genesls. The local wall shear stress, and the 
local velocity distributions are of primary 
interest in the hemodynamical aspect of athero- 
sclerosis. Detailed information about the flow 
field can be obtained from mathematical model 
studies. Hence flow patterns are Investigated 
here in a simplified three-dimensional arterial 
model. The blood is considered as an Incom- 
pressible Newtonian fluid obeying the Navier- 
Stokes equation of the fluid flow and a com- 
putational approach is employed to solve these 
equations. A computer program is written 
utilizing the space marchintj method to inte- 
grate the Navler-Stokes for steady blood flow 
for different geometries. The program is used 
to solve many problems that of interest to 
hemodynamic studies. Results for slow through 
curved stenosis and through curved aneurysm are 
obtained and discussed. These results show the 
ability of the numerical methods to calculate 
the velocity fields with separation and 
secondary flows and wall shear stress for 3D 
configurations. 



BE18-D.5 

Electrical model of the circulation without 
"blood flow through the vessel wall " 
J.E. Tsitlik*, H.R. Halperin, and F. CP. Yin, 
The Johns Hopkins Medical Institutions, 
Baltimore, MD 21205 

In electrical models of the circulation, the 
compliance of a vessel is represented by a 
capacitor. Inside a blood vessel, a change in 
the volume of blood causes an equal ma^itude but 
opposite sign change in the volume outside the 
vessel. In models, these changes are represented 
by equal magnitude but opposite sign changes in 
the charge on the plates of the capacitor. The 
capacitance is generally connected in parallel 
with a resistor represent ing the viscous 
friction. Therefore, charge can move from one 
plate of the capacitor to the second via this 
resistor. Such a current is equivalent to a 
voltffise of blood moving fross the inside of the 
vessel to the outside, i.e. **flow through the 
vessel wall". To prevent such "flow", electrical 
models of the circulation should have the second 
p}'te^of the capacitor connected not to the 
resistor, but to a terminal representing the 
pressure in the space outside the vessel, e.g. 
the intrathoracic space. This space, in turn, 
should be connected to the ambient space via 
another capacitor representing the compliance of 
the surrounding structure, e.g« the thoracic 
cage. Thus, proper connection of these capacitors 
can prevent erroneous model predictions, and may 
leaa to better understanding of the circulation. 
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BE18-D.6 

Modelling Conpetitive Interference Betvreen 
Adjacent Terminal Lynphatics, w.A. Hyn^ 
Bicengineering Program, Texas A&M Univ. , 
College station, Texas, USA. 



A sinple model of the fluid dynamics of the 
terminal lynphatic collection system suggests 
that increased flw through one vessel in 
response to micro localized edera, or other 
tissue pressure elevation in the supplying 
tissue, will cause a decrease in flow in 
adjacent lynph vessels vvhich meet at distal 
branch points. The effect of this decrsased 
flow is to retard fluid collection through 
these adjacent vessels and therefore to cause 
the tissue region of their origin to also 
accujiirulate fluid and tend to become ederatous. 
The result of this analysis is that edema would 
appear to propogate af the microcirculatory 
level. Tlie fluie mechanics of this phenomenon 
IS similar to effects in the arterial system 
called steal where changes in relative arterial 
branch resistance can cause, in the* presence ot 
significant proxinal resisUnce, a marked 
decrease in branch fla? wl:en the contralat'^ral 
resistance is reduced. 



A methodfor frequency stabilization of 
midtimode He-Ne lasers in laser-Doppler 
flowmetry, P.A. Obcrg, Dcpi of Biomedical 
Engineering, University of LinkOping, 
S-581 85 Linkdpl g, Sweden. 

In most commercial laser-Dopplcr instruments for blood 
flvw measurements unstabilizcd He-Ne lasers arc used as 
light source. These low power, low-prized lasers arc often 
impaired by frequency instability to an extent which can be 
interpreted as blood flow variations. The mechanism behind 
the frequency variations are changes of length of the laser 
cavity due :o thermal expansion. 
Such instabilities can be efficiently reduced by means of a 
feedback tempciu.drc connx)l system sensing die intensity of 
two orthogonally polarized modes. The difference between 
die two mode intensities is used as an error signal 
controlling the thermal expansion of the laser cavity. 
The stabilization device has been evaluated in models and 
comparative blood flow measurements. Stabilization of tills 
type is pxommended to be used in laser-Doppler flowmeters 
especially in applications where low perfusion levels arc of 
particular interest. 

Acknowledgementf;- Hikan Rohman, Hans Pettersson and 
HAkan Debldn contributed substantially. National Swedish 
Board for Technical Development (STU) supported the 
work with grant 86-4217. 



New Laser Dopplcr Velocimeter with a DuaUFiber 
Pickup 

M.Goto*, O.Hiramalsu, M.Kagiyama, K.Milo, 
Y.Wada,S. Tadaoka, S.Matsuoka, Y.Ogasawara, 
D.Kilpatrick, KTsujioka, RKajiya 
Kawasaki Medical School, Kurashiki, Japan 

To measure the blood flow velocity accurately by 
excluding lower blood velocities stagnated at the vicmity 
of the fiber tip, ive developed a laser Doppler 
velocimeter (LDV) with a dual fiber pickup. The pickup 
consists of two thin clad fibers(a graded-index 
multimode, clad. 62.5nm and core. SOfim) which are 
placed side by side. Thus, the measured spot was 
extended away from tne fiber lip. The He-Ne laser beam 
(632.8nm, 5mW) was focused on the entrance of one 
fiber and introduced into the blood stream with a 
spreading angle of 5*. The backscattered light was 
collected by another fiber with a receiving angle of 17.3*. 
Doppler signals vrere analyzed by a spectrum analyzer. 
The spectrum of the Doppler shift frequency showed a 
sharp peaked pattern. The frequency corresponding to 
the peak power showed an excellent linearity with the 
known blood velocities. In the poststenotic region of 
the canine coronary artery, broad spectrum was 
obtained, whereas narrow spectrum was obtained in 
normal coronary artery. This indicates the utility of our 
system to the analysis of the disturbed flow region. 

3(1 G 



Local blood perfusion *>i human anterior tibial muscle 

examined using single jiber laser Doppterflowmetry 

E. G6ran Salerudi and Knut Kvcnicbo^ 

Dcpt Biomedical Engineering, University Hospital. Linkbping. 

Sweden' and Akers University Hospital Oslo, Norway^. 

Laser Dopplc- flowmciry has successfully been applied to 
supcrflcial tissues. Local perfusion deep within tissues has not 
been studied extensively. Single fiber laser Doppler flowmetry 
offers a possibility to n>easurc the perfusion continuously 
within a tissue and with a minimum of trauma. 
In twelve healthy volunteers, local perfusion in the anterior 
tibial skin and muscle tissues was evaluated. Skin perfusion 
was recorded with a standard probe, while in muscle the 
single fiber technique was used. Normal resting values and 
responses to induced occlusive ischemia of 0.5, 1, 3 and 5 
minutes w'ere studied. 

All recordings were found to be stable and permitted 
evaluation. At rest, muscle perfusicn measurements lacked 
vasomotion, while it was observed in most skin recordings. 
The duration and magnitude of the muscle postischemic 
response increased with occlusion periods that were shorter 
than 3 minutes. At longer occlusion periods duration alone 
increased. In skin the increase was seen up to 5 minutes. The 
onset of the response was instantaneous for both tissues. 
The single fiber method has proven a great potential in 
evaluation of deep tissue perfusion. Improved technique and 
protocols will make possible the investigation of deep tissue 
perfusion, not only in muscle tissue, but also in tissues like 
kidney and brain. 
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BE1B-E.4 

Development of LDY Equipments for Blood 
Flow Measurement, K.Homma* ,T.Eiju, 
K.Matsuda,. J.Ohtsubo^ and K.Shimizu, 
Mechanical Engineering Laboratory, MITI 
and the Shizuoka University^ , 1-2, 
Namiki. Tsukuba Science City, Ibaraki 
305 JAPAN 

The equipments of LDY (Laser Doppler 
Yelociraetry) , that is, a LDY microscope and a 
UN fundus camera, based on the differential 
method have been developed. This method has some 
advantages that blood flow can be measured in a 
small observing area with high S/N ratio, etc.. 

The LDY microscope is mainly consisted of the 
differential LDY system, and of the microscopic 
observation system for blood flow and tissue 
structure. Two laser beams are adjusted to 
produce fringes and focused on a measuring area 
(minimum value : 15 /im in diameter) in blood 
flow. A frequency shifter included in the LDY 
optical system (shifted frequency : 160Hz to 
7kHz) separates signal component from pedestal 
one, and the flow speed is measured in a range 
of 0 to 14mm/sec. On the other hand, the LDY 
fundus camera is used for the measurement of 
human retinal blood flow in-vivo with the same 
LJ)Y method. Fourier and Hadamard transforms, 
and autocorrelation are used for analysis of 
blood flow from the signals detected by a photon 
counter. 



BE18-E,5 

Pressure Drop and Velocity Weasurements 
in a 90^ -T' Junction, D.W. Liepsch*, 
R. Schwinunbeck and T. Austin, Eisenhower 
Medical Center, Rancho Mirage, OA, USA. 

Hemodynamic atherogenic factors are determined by 
the interaction between geometry, flow 
pulsatility, elastic wall motion and the non- 
Newtonian flow behavior of blood. Flow 
pulsatility and non-Newtonian effects were 
studied in 90°-T-junctions simulating the first 
septal branch of the left decending coronary 
artery. Different types of fluids were compared: 
Newtonian, shear thinning, time varying 
polyacrylamide solutions, and two-phase fluids, 
e.g. Tri(hydroxymethyl) aminomethane with A0% 
ghost cells (red cells without hemoglobin). The 
viscosities of these fluids were measured in a 
Couette viscometer and compared with human blood. 
The pressure drops across the bifurcation were 
measured in the straight tube and in the branch. 
The loss coefficients were calculated from the 
measurements. Velocity profiles were measured 
with a laser-Doppler-anemometer . The non- 
Newtonian fluids showed additional and different 
flow separation zones, compared with the 
Newtonian fluids. Their secondary flows were 
also different. The pressure drop was smaller 
than for the Newtonian fluid. It was found that 
the pressure loss coefficier* is a function of 
the flow rate ratio and of the absolute value of 
the entry flow rate. 



BE1B-E.6 

Ang.\oscopic Observation of Blood Flow 

y.Uchida* T.Tomaru, F.Nakamura, T.Sugi- 
moto, University of Tokyo, Tokyo, Japan 

The changes in blood stream instenotic 
artery and their relationship to thrombo- 
sis were examined by angioscopy in dogs. 
The left common iliac artery was perfused 
with K-H solution and backflow of blood 
from a lumbar artery was drained into the 
perfusion circuit. Before constriction, 
the blood streams in the artery were com- 
posed of a coaxial main stream and the 
streams beside the coaxial stream. After 
more than 50% constriction, the streams 
beside the coaxial stream were separated, 
and produced curies around the outlet of 
the stenotic segment. Also, the outer 
Ipiyer of the coaxial strc;am was separated 
and produced longitudinal curies. Throm- 
bi appeared at the center of both types 
of curies. Similar changes in blood st- 
ream and thrombosis were observed in the 
common carotid artery during vasospasm. 
The results indicate usefulness of angio- 
scopy in serial observation of blood st- 
ream and thrombosis. 



BE18-F.1 , , 

Magnitude Magnetic Resonance Imaging ot 

a Stenosis, D.N. Ku*, Y. Elgendy, R.I. 
Pettigrew, Georgia Institute of 
Technology, Atlanta, GA and Emory 
University, Atlanta, GA 

Magnetic resonance imaging (MRI) offers the 
possibility of producing non-invasive 
angiograms. The goal of this study was to better 
understand the physical basis of flow patterns 
seen by MRI and their likely clinical 
significance. A fast gradient echo was used on a 
Philips 1.5 Tesla system. The images were gated 
for the recording of multiple images and 
combined into a movie to visualize the dynamic 
blood flow patterns during the cardiac cycle. A 
non-magnetic system of pulsatile flow through a 
stenosis was developed. 

MRI magnitude imaging provided a high 
resolution image of the lumen of the stenosis. 
Flow through the stenosis showed acceleration of 
velocity in the throat as a brightening of the 
intensity. Just distal to the throat, black 
circles are formed. The jet formed by the 
stenosis appears light with a dark surround 
giving the impression of a flame throwei . The 
black areas appear to correspond to regions of 
steep velocity gradients, vortex shedding, and 
turbulence. MRI can provide both an anatomic and 
physiologic evaluation of hemodynamically 
significant stenoses. 
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VELOCITY PROFILES IN STKNOSBD TUBE 
MODELS USING HA6NETIC BESOHANCE IMAGING 
(MRI), S. Rittgers , D. Fei, K. Kraft 
and P. Fatouros, The University of 
Akron, Akron, Ohio 

Only a limited number of techniques 
exist which can provide direct knowledge 
about blood velocity and flowrate in the 
human cardiovascular system with the 
majority of these requiring invasive 
procedures. A time-of -flight MRI 
velocity measurement technique is 
evaluated in a constricted tube model 
having stenoses of 0 to 80% at 
physiologic flowrates. Results from 
this study show that MR displacement 
images can: 1) be obtained within both 
laminal: and disturbed jets (maximum 
stenotic Re 2 4,200), 2) accurately 
measure mean jet velocity up to 172 
cm/s, 3) detect low forward and reverse 
velocity regions near the tube wall just 
downstream of the stenosis (L/D < 2), 
and, 4) demonstrate return to laminar 
profiles well downstream (L/D =10) of 
the stenosis. Regions between the jet 
termination point and re-establishment 
of Ifi inar flow (Re > 1500, > 1000 and > 
110 cownstream of 40%, 60% and 80% 
stenosis, respectively) can noi. 
presently be detected by this technique. 



BE18-F,3 

Blood Flow Inages by Hajpietic Resonance Imaging 
S.Watanabe* . H. Inai. Y.Hasuda and V. Inag^i 
The Third Dent. of Internal Jtedicine, (Siiba Uhlv. 
School of Medicine. 1 -8-1 Inoh^, (Jiiba, Japan 

Slow blood flow iRages are seen In soaie kinds of the 
cardiovascular diseases by HRI.In this study we will 
present a clinicai awjiication of slow blood flow 
isages in the aortic dissection and mitral stenosis. 
The false li^ Is clearly distinguished frtm the 
true lueen since the s\gm\ intensity of false \msn 
is hi^T (h^ to slow blood flow than that of true 
luaen In MR!. But a location of the «itry is not ne- 
cessarily detected, fe obtained the result that the 
false luaen near by the er^try showed very low si^l 
intensity due to the turbulent flow froa an exneri- 
irent of the ccmtinuous flow laodel of aortic dissec- 
tion. The location of an entry ulagnosed tm the base 
of this result was coincident with ^logr^ic fin- 
dings In the loajority of cases (95X). 
In mitral stenosis it Is well-Imown that the throifcl 
often exist In the left atriuai which caises general 
thro{aboe«bolis». But in our study about 13 patients 
with throssboeflsbollsffl, the throrti were detected only 
n seven patients (545i) by x-ray CT. echocardicgraa 
or MRI, althou* slow blood flow isages in the left 
atrium were seen in 11 patients (85X) by MRI. It is 
supposed that a detection of slow blood flow ioages 
in the left atriiHu is clinically useful. 



BE18-F.4 

Qualitative and quantitative Investigation 
of Blood Flow Behavior by mRI, 
M.Bucciolini*, GCCasolo, L.Ciraolo and 
R.Renzi, University of Florence, Italy. 

MR Imaging is a flow sensitive technique 
which has the potential to give 
qualitative and quantitative information 
about blood circulation . The :>ossibil ity of 
studying the behavior of blood flow by 
Magnetic Resonance Imaging looks as an 
attractive goal, but quantification of flow 
velocity has yet to be fully accomplished. 
In order to relatu the complex MR signal 
with proton flow velocity, a calibration 
in phantom has been carried out by means 
of an artificial flow circuit, in vivo ecG 
gated images were then acquired by 
employing both conventional Spin Echo and 
Multiphase Fast Imaging sequences , Curves 
of signal from thoracic vessels versus the 
phase of the cardiac cycle were 
obtained. Quantitative preliminary results 
concerning velocity trend over time are 
deduced and differences between normal 
subjects and patients with heart failures 
are pointed out* 



BE18-F.5 

The Velocity Profile of Blood Flow in the 
Presence of^ Intensive Magnetic Fields, 
I.I.H. Chen and S. Saha, Departments of 
Physiology and Biophysics, and Orthopaedic 
Surgery, Louisiana State University Medical 
Center, P.O. Box 33932, Shrevepcrt, Louisiana 
71130. 

Due to the increasing use of large magnetic 
fields in magnetic resonance Imaging (MRI), It 
is Important to investiage the effect of such 
intensive magnetic fields on the blood flow In 
our body. In this study, we have analyzed the 
general case of blood flow for a wide range of 
Hartmann's numbers (O.I to 2.5) by solving the 
magnetohydrodynamic equation for viscous blood 
flow. The result Indicated that the velocity 
profiles of blood flow were significantly differ- 
ent for Hartmann's number 0.5 and beyond com- 
pared with velocity profiles In the absence of 
a magnetic field. These results will be of 
interest in the development of future MRI Tech- 
nology for diagnostic purposes. 
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BE18-F,6 

Quantitative Measurement of Plug Like 
and Laminar Flow in MRU R. J. Krlz*, 
G* Dobben and A* Horowitz 

MRI signal Intensity has been previously found 
to vary with flow In various ways depending on 
the pulse sequence used. We have measured the 
average signal change for flowing vs static 
water as a function of velocity for several 
commonly used pulse sequences In different 
diameter tubes on axial images. Differences 
In average Intensity and standard deviation In 
the ROI*s are measured for plug like flow vs 
laminar flow. Plug flow occurs when fluid 
enters a tube from a static reservoir under 
stea<ly conditions. The transition to 
laminar flow causes the average MRI numbers to 
decrease, thus fluid having the same average 
flow but different velocity profiles at 
different locations along the tube, have 
different signal Intensities. 



BE18-G.1 

Limitations and Validation of the Modified 
Bernoulli Equation for Velocimctric Estimation 
of Pressure Gradients, S.Hanya*, S.Nishiyama, 
Y.Kondou, A.Ishihara, and M.Sugawara**, 
*Kitasato University, Sagamihara, **Tokyo 
Women* s Medical College, Tokyo, Japan 

For patients with various types of stenosis, the 
modified Bernoulli equation has been used to yield 
an accurate estimate of transstenotic gradients. 
Theoretically, the equation is only applicable for 
a stenosis downstream from which the cross-sectionaL 
area enlarges suddenly (orif ice-shaped stenosis), 
however no previous study had systematically con- 
firmed this. 

We measured, calculated and compared pressure gra- 
dients in AO patients with stenosis (34 pulmonary 
and 6 aortic) divided into two groups (27 orifice- 
shaped stenosis and 13 hourglass-shaped stenosis). 
Peak jet velocity and pressure gradient were 
measured simultaneously using a multisensor catheter. 
The correlation of simultaneous velocimetric and 
manometric pressure gradients for the patients with 
orifice-shaped stenosis demonstrated a highly signi- 
ficant relationship (Y=0.83X+2.012, r=0.9A2, 
P<0.001). 

In patients with hourglass-shaped stenosis, there 
was no significant correlation (r=0.229,n.s. ). 
We conclude that the use of the modified Bernoulli 
equation for estimating pressure gradients should be 
limited to patients with orifice-shaped stenosis. 



BE18-6.2 

STEADY AND PULSATILE FLOW VISUALIZATION 
IN THE ABDOMINAL AORTA 
Moore, J.E. Jr.,* and Ku, D.N. 
Georgia Institute of Technology, Atlanta, Ga 

Carotid atherosclerosis develops in regions 
of low and oscillatory shear stresses. Similar 
hemodynamic factors may influence plaque 
formation in the abdominal aorta. Steady and 
pulsatile flow visualization was performed in a 
glass tube model of the aorta. Dimensions for 
the model were taken from bi-planar angiograms 
and cadaveric aortas. 

Under rest conditions, two regions of 
relative stagnation appeared on the posterior 
wall of the aorta. Secondary flow patterns 
appeared in the abdominal aorta, but not in the 
thoracic aorta. Under exercise conditions, one 
thin stagnation region appeared and no secondary 
flow patterns were visible. With pulsatile 
flow, the stagnation regions exhibited 
oscillatory motion. The secondary flow patterns 
became more complicated, but still appeared only 
in the abdominal aorta. These vortices 
propagated downstream during systole, with 
additional vortices forming in early diastole. 
For pulastile exercise flow conditions, 
virtually no secondary flow patterns appeared. 
Results from this experiment show that 
complicated flow patterns exist locally in the 
abdominal aorta which may influence the 
development of plaque at this site. 



BE18-G.3 

Pulsatile Flow Through Models of Compliant 
Stenoses f Donald F. Young* and Hikolaos 
Stergiopulos, Department of Engineering 
Science and Mechanics, Iowa State 
University, Ames, Iowa 50011, USA 



The pressure-flow relationship for a stenosis is, 
of importance since this relationship is re* 
quired to determine the effect of the stenosis 
on blood flow. Most past studies have con- 
sidered stenoses to have rigid, fixed geome* 
tries, but stenoses are often eccentric so that 
a portion of the arterial wall remains compli- 
ant. 

In the present study the influence of a 
compliant wall on pulsatile flow through in 
vitro models of both subcritical and critical 
stenoses was investigated. For some tests the 
geometry of the stenosis changed only a small 
amount during the flow cycle, but for critical 
stenoses this small change affected the pressure 
drop across the stenosis, in other tests the 
vessel containing the stenosis collapsed because 
of the low distal pressure created by the 
stenosis, pressure-flow relationships are 
described for both the uncollapsed and collapsed 
modes of behavior. 
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BE18-G.4 

Fluid Dynamics and Mass Transfer to and from the 
Vessel Wall in Models of Arterial Stenoses, X. 
Deng and T. Karino*, Montreal General Hospital, 
Montreal, Quebec, Canada* 



To investigate the effects of disturbed flows 
the genesis and development of atherosclerotic 
lesions in man, fluid dynamics and mass transfer 
to and from the vessel wall at sites of arterial 
stenoses were studied theoretically using computa- 
tional methods* Flow patterns and various other 
fluid mechanical properties for the steady laminar 
flow of an incompressible fluid through axisym- 
metric bell-shaped stenoses were obtained for 
Reynolds numbers up to 100, by numraerically solv- 
ing the Navier-Stokes equation* Mass transfer to 
and from the permeable vessel wall of the stenoses 
was also studied theoretically by solving a diffu- 
sion equation in combination with a penetration 
theory. It was found that mass transfer from the 
vessel wall to the flowing fluid is highest at the 
throat of the stenosis, lowest at the separation 
point and moderately elevated within the vortex 
formed downstream of the stenosis. Analyses of 
mass transfer from the fluid to the permeable 
vessel wall showed that an accumulation of species 
such as lipoproteins on the vessel wall is lowest 
at the separation point and highest at the reat- 
tachment point. There was a minor secondary peak 
at the leading edge of the stenosis proximal to 
the point of maximum constriction. 



BE18-G,5 

The Effect of Minimal Atherosclerotic Plague 
on the Spatial Distribution of Wall Shear 
Stress - A Model Study -T. Yamaguchi* and 
S.Hanai» Vascular Pathophysiology Lab., National Car- 
diovascular Center . Suita. Osaka 565, Japan. 

Low wall shear stress (WSS) regions are specific 
arterial locations prone to atherosclerosis. However, 
it is likely that the WSS distribution pattern changes 
markedly when atherosclerotic wall irregularities 
affect arterial geometry. Very few studies on exact 
shear stress distribution patterns following the 
appearance of an atherosclerotic lesion have been 
reported. We measured model WSS distribution 
pattern using an electrochemical method. There was 
a striking and complex change in the WSS distri- 
bution around the small model plaque, even when 
the reduction in area produced by the obstacle was 
only an order of magnitude of several percent. The 
WSS value increased to twice or greater than twice 
the Poiseuille flow value. Our results suggest that 
the changes in WSS induced by the appearance of 
an early atherosclerotic lesion may markedly alter 
the course of the disease. 



BE18-G.6 

Arterial Function in Postural Change, 
T, Yaginuma*, T. Noda, H. Komatsu, 
H. Sekiguchi and S. Hosoda, Jichi 
Medical School, Tochigi, Japan. 

The effects of body position on the aortic flow 
velocity and pressure signals have been studied 
in adult male subjects by the aid of multisensor 
catheters. For each patients input impedance 
was calculated from 10 harmonics of aortic 
pressure and flow. The time domain wave form of 
forward and backward flows and pressures was 
obtained by computing the inverse Fourier- 
transform. 

The ascending aortic pressure wave form revealed 
a late systolic peak during decelerating flow 
velocity in supine position. A large change 
from supine to standing was to have reflections 
minimal or more diffuse in spite of increasing 
input impedance* This was observed similar in 
shape from the position of 60® tilting bed. 
Wave shapes of pressure from the straight 
position of a patient supported by his hip on 
the edge of the bed, revealed a intermediate 
form between supine and standing. 
These results suggests that the magnitude and 
timing of wave reflections from upper and lower 
body sites are markedly changed not only by the 
gravitutional effect but by physiological 
modification. 



BE19.1 

AWTLIARY FWXrrSSOR 
FOR FAST BiaiEBTCAI. SIQW- /^WLYSIS 

■T.Azpiroz Ijeeham. A. Delxica Panaccia 
tWviersitlaa Ant-ftnoraa Metrcpolltana-Tztapalapa 
Av, Piirlslma y Htchoacan. Hfcdco. 09340. D.F. 
MEXICO 

Ife have designed an aixdliary processln:^ 
3yst.%?ni capable of provWirry real-time sianal 
prt>ces3inrT within an conpatlble conputer. 

Where tJie ardiitectire of this coprocessor was 
devftlcpei specifically to accelerate the 
<^X3ecut.lan time of caiaracterlstic siltroutlnes 
used for analysis of blcmeaical signals sixJi as 
tl>e fast Fourier transform (V?T\, convolution 
and squared magnltcfle. 

Fcr e:<aijple, during' the calculation of the 
FFT most of the processing time is used for the 
mltlplications tn the "ijjtterf 3y" . The 
coprocessor was designed to execute these 
operaticna efficiently, and uses a 16 bit X 16 
hit nsnltipller cUlp rMPYOieRT iv TRW) cap^le of 
expaitlng a niultipiicaticn in lOOns, togetJier 
with other Sctottlcy-TrL elements In crder to 
cpfirate cojicixrently with the host 
microconpiTter. This system is ^le to transform 
a graieral purpose microccn?)uter into a powerful 
real -time biomedical signal amlysls system. 
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BE19.2 

"A New Phase Linearization Method for the Common 
Recursive Digital Filters Used in Medical Signal 
Procesrxjng", P. Oarvilehto* and K-P. Estola, 
Technical Research Centre of Finland, POB 316, 
33101 Tampere, Finland. 

Medical signal processing typically utilizes 
the sharp edged filter structures to extract 
frequency bands of interest, e.g, in ECG and EEG 
signals. In real time systems where common filter 
blocks are allowed to have only short delay time 
and the minimal intersample processing time, the 
recursive filters are exploited and the phase 
response cannot thus be kept exactly linear. 
Unlinearity in the phase response causes signal 
distortion due to different group velocities of 
the signal components. 

In this paper, we introduce a method for the 
phase linearization of the common IIR filters. 
The phase linearization is based on the stable 
implementation of the maximum phase equivalent 
of the original filter. The infinite impulse 
response is truncated to a finite one, the 
data is reversed in time domain and fed back to 
similar filter again. This implies a usage of 
block processing. After another time reversal 
and a overlap-and-add section linear phase data 
is achieved. In some cases the time reversal 
method can be replaced by the maximum phase FIR 
equivalent of the original filter, thus enabling 
usage of the stream processing instead. 



ADAPTIVE RBCORRENT FILTER FOR ECG SIGNALS 
N. V, Thakor* Z. Yi-Sheng/ J. Wang, 
Biomedical Engineeringr Johns Hopkins 
Universityr Baltimore, HD?1205, USA 

In computer-aided analysis of Electron- 
cardiogram (ECG) signals two problems are 
important: 1) removal of uncorrelated 
interference, and 2) classification of QRS-- 
complex morphology. An adaptive recurrent 
filter (ARF) is presented that learns the 
shaue of the QRS complex only at each 
recurrence, Uncorrelated interference is 
cancelled from subsequent beats, and 
abnormal QRS morphology is detected. 

The ARP is constructed as a transversal 
filter with adjustable weights. Adaptation 
is started at each occurrence of QRS 
complex only. The filter algorithia 
minimizes the mean-squared error between 
the filter weight and the incoming QRS 
sample with the aid of a 1-east-mean-square 
(LHS) recursive estimation algorithm. 
After the filter has converged (convergence 
rate is determined by the LMS algorithm) r 
the ARF weights have "learned" the shape of 
the normal QRS complex. Uncorrelated noise 
or ectopic beats remain as the residue fron» 
the filter. 

The ARF has applications in ectopic beat 
detection, pacemaker analysis, P-wave and 
atrial arrhythmia analysis, and noise 
reipoval. 



BE19.4 

rtOHrnVE IHRESHOLD PREDILIION IN REftL-UMt 

ECB DErECIION 
ihou Sonq-kai ,Hang Jian-tao,Xu Jun-ronq* 
Shanghai Jiao long Univercity 

He coapare ECtf signal processed Hith a threshlod 
to decide H any QkS-co(aplex exits. But arrhy- 
thoia EC6 changes non-regular 1 / and non-stable. 
So threshold adjustuert oust be adjusting adap- 
tively to at the variance of ELtJ in real-tioe 
detetion. Ihe paper discusses the properities of 
thresholds with linear estimation rihich need Z- 
order prion statistical knowledge oi thresholds. 
It is rit practical although it has good proper- 
ties in theory, but it gives us soae inspira- 
tions to lead to adaptive threshold prediction. 
Then the paper discusses threshold prediction 
Hith 1-order predicting filter, foros adaptive 
threshold prediction foruula on principle of 
oiniAU* square error, and explains frequency 
respones of adaptive threshold prediction. We 
realize the real-tiae prograa Hith asseably 
language in Intel-8085. Ihe paper introduces 
threshold prediction Hith 2-order predicting 
filter, to the application in threshold pre- 
dictions, explains and simplifies the foroula. 
The fluch better results can be obstained than 
others^ 

lo compare a variety of threshold predicting 
uethods quanitatively, the paper compares 4 
kinds of threshold prediction oethodi; with 
Aean square-error (SSI) and «ean-error (SS'^). 
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Digital Filters for Tracking Electro- ^ 
physiological Chaos, Bernard Saltzberg* 
University of Texas Medical School, 
Houston, Texas 77030 



Current investiqations of the chaotic fea- 
tures of electroii^ysiological activity are 
mainly focused on deriving the Hausdorff 
diiT^sion of ^ort sanples of nonml and 
abnonral EBG patterns* Because of the com- 
putational demands for deriving the Haus- 
dorff diiT^sion, as well as the incotpati- 
bility of epoch length and stationarity 
requiXCTsnts, this approach is severely 
liirated. Filters based on nonlinear inodels 
which ejdiibit ciiaotic behavior offer an 
alternative method of chaotic analysis 
whidi overcomes the above problems, ihese 
digital filters can orovide high resolution 
continuous tracking of a chaotic feature of 
the electrodhysiological activity in essen- 
tially real time. In addition these filters 
can be innplemented on a standard laboratory 
comDuter,' as oc^sed to the requirement for 
superoarpiter resources to ccmxxte the Haus- 
dorff dimension for cotrparable amounts of 
data. 
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Infracardiac spectral components In cardio- 
vascular signals, R. Pallas-Areny*, J. Colo- 
minas, J. Rosell, and P. Riu, Div. Instru- 
mentacion y Bioingenieria, ETSI Telecom, 
Box 30002, Barcelona, Spain 

The spectral analysis of ECG and blood pressure sig- 
nals is a means of studying the intact cardiovascular 
control system. In this analysis, the presence of 
infracardiac rhythms is usually associated with respi- 
ratory arrhythmia, thermoregulation and spontaneous 
vasomotor activity. There is no information available 
about any other mechanisms which result in spectral 
components in the same bands. But there is, however, 
experimental evidence of respiratory information in 
the spectrum of these signals even when respiratory 
influence on them via neural control has been purpose- 
ly suppressed. This fact remains, so far, unexplained. 
We show that, even in the absence of respiratory sinus 
arrhythmia, an amplitude modulation of cardiovascular 
signals by respiratory movements results in a spectrum 
showing components in the same bands considered when 
analyzing the intact cardiovascular control system. 
Experimental results in a paced patient confirm this 
hypothesis. We show too that if the respiratory rhythm 
is not constant, some infracardiac spectral components 
can be attributed to its variability. 



3E20-A.i 

The use of dual simultaneous excitation currents 
in Bioelectric Impedance Analysis, D.N. Smith* 
Medical Physics and Medical Engineering, Western 
General Hospital, Edinburgh, EH4 2XU, Scotland. 

Tetrapolar impedance measurements have been widely 
advocated for determining body composition. In 
this method a single excitation current passes 
between two extremities, usually right hand and 
right foot. Body composition values are derived 
using multiple regression relationships incorpor- 
ating Height /Resistance as the principal variable. 
This is taken to represent the volume of the body 
but will be incorrect due to variability of cross 
section and internal resistivity. Greater 
precision can be achieved by making separate meas- 
urements of impedance for the limbs and trunk and 
combining these with appropriate weighting factors. 
Howe\/er, the use of independant serial measurements 
results in changes of current distribution within 
the body and will not eliminate the end effects 
of each section. The use of two currents of equal 
magnitude, frequency and phase in parallel paths 
on the right and left sides automatically reduces 
the effect of the spreading resistances at shoul- 
der and groin producing a more uniform current 
distribution in the tr^nk. An appropriately 
weighted sum of Height /Resistance for all segments 
can then be produced which is a more accurate 
representation of body volume. 



BE20-A.2 

Development of an EUotvical Impedance Tomography 
System, L. Bertenstam* B. Blad, G. G'dransson, 
U. Lindblad and R.B.R. Persson, Radiation Phys-^cs 
Department, Lund University, S-221 85 Lund, 
Sweden . 

It has been shown, both in theory and in practice, 
that it is possible to obtain information about 
the distribution of impedance within an object by 
driving current trough it and measure the volt- 
ages that arise on the boundary of the object. 

We have developed a system for making such mea- 
surements in vivo on humans. The system utilizes 
16 electrodes, which are used for alternatively 
driving currents and measure voltages. The equip- 
ment is controlled by a PC/AT compatible computer. 
The computer is also used for data collection and 
image reconstruction and presentation. 

The present algorithm relies on an enhanced back 
projection technique, using 15 curved fields and 
16 projections. The program automatfcjlly compen- 
sates for offset and gain errors in the hardware. 
With this system it is possible to aquire data 
and present a two-dimensional picture of impedance 
distribution in a 32x32 matrix. 

The future reconstruction algorithm will use an 
iterative forward technique, based on the Finite 
Element Method (FEM). 
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BE20-A.3 

Study of the Hew Temperature Change Measurement 
Method by Impedance CT, K. Sakamoto* H-Kanai 
Sophia University, Chiyoda-ku Tokyo, Japan 102 

In the hyperthermia therapy, one of the most impor- 
tant problem is how to measure the temperature of 
cancer tissue located deeply in the body noninva- 
sively. Electrical impedance of living tissue 
mainly consists of intra- and extra-fluid impedance 
whose characteristics are almost the same as that 
of saline solution and cell membrane which is elec- 
trical insulator at radio frequency. Therefore, the 
temperature characteristics of tissue impedance is 
the same as that of saline solution which is about 

Cancer tissue is heated up to around US^C 
during hyperthermia therapy, so impedance of can^^er 
tissue decreases about l8?. We tried to measure the 
impedance change by impedance CT and estimated the 
tenperature distribution in the object. And also 
we discussed the measurement errors caused by the 
various kind of noises and geometrical problem by 
computer simidation and phantom experiment . To take 
an example, the temperature distribution obtain by 
impedance CT agrees well that measured actually 
within 0.5^C differences in one of the phantom 
experiments. The errors in this experiment coiild be 
fathomed from computer simulation restilts. Even 
though we got good results in the phantom experi- 
ment and computer simulation, since geometrical 
problem still exists, we continue to study the 
feasibility of the temperature measurement method 
by impedance CT. 
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BE20-A.4 

Skin Electrical Parameters Obtained 
from tow-frequency Admittance Locus 
Plots, Z»-G. Qiao* and L. Morkrid, 
Dikemark Hospital, N-1385 SDlberg, 
Norway • 

The electrical impedance of biological tissue 
can be presented by a Cole-Cole locus plot in 
the complex plane, usually in a circular form 
with parameter (Rqi Hoj, f -'*.nd a). For the in- 
vestigation of human electrod^rmal activity 
which vary in time with sympathetic outflow 
there are di-f ficulties in obtaining these pa- 
rameters. The theory developed in this paper 
shows that an admittance locus plot also *.s 
a part of a circle and its low-frequency re- 
gion 6=1000 Hz) is to a very good approxima- 
tion straight line. 

Furthermore from simultaneous measurements at 
two different frequencies with three electrod- 
es, two luck-in amplifiers and a computerised 
recording system, it is pwssible to estimate 
in real time the parameters (I/Rq* "and x). 
1/RO corresponding to zero frequency conduct- 
ance extrapolated from the low-frequency part 
of the admittance plot. This new method of 
measuring and characterising electrode-tissue 
interface has been used to study spontaneous 
activity during baseline conditions and evoked 
responses of these parameters in psychophysio- 
logical and neuroendocrinological research. 



BE20-A.5 

ELECTRIC IMPEDANCE FOR EARLY DETHOTNATION OF 

BRAIN DEATH AND FOR PROGNOSIS IN OOHA. 
S.A.Radvan-Zieninowicz* Cerebral Clinical Center 
Bethesda, Mary land 20814, U.S. A. 

Rheoencephalcgraphy (REG) uses noninvasive elec- 
txic inpedance plethysmography for cerebral circu- 
tory studies. It was markedly improved by author's 
"re<5ional" REG (RREG). In prolcnged and intermitte- 
nt surveys, this method proved to be safe, more sen- 
sitive and reliable^than other indicators for brain 
viability, e.g. EBG and contrast or isotope arterial 
perfusion. For experimental testing was also used 
author's "tc^ischQnia"-the transient focal cortical 
hypoxia and asphyctic anoxia. 

In clinical tests for coma of various etiology, 
the flat tracings of RREG have been more dependable, 
than the isoelectric EEG, absence of clinical signs 
of cerebral functions, or any of the invasive, expe- 
nsive and complicated blood flow tests (1980). 

Tracings of impedance fluctuations caused by ar- 
terial pulsations, are monitored simultaneously from 
bilateral pairs of scalp electrodes in repeated se*- 
quences: frontal, tenporal, occipital and occasional- 
ly also parietal. Rheograph measures the iupedance 
changes by floating potential L, advanced iinplemen- 
tation of double Wheats tone bridges bipolar circuit. 
Two signal oscillators Iiave 20-80 kHz and up to 10 
mA. Artplification is m the range of EKG, about 50 x 
lower that for EBG. Computerization of RREG, called 
now CRREG brings a new modality of neuroimaging for 
being developed by this author, advanced studies 
on human cerebral dynamics. 



BE20-A.6 

IiT^>edance Measxirenent of Chinese ^^eridian 
System. tow-Chang Lee*, Wen-Chang Lee, Yin Chang 
and Chieh Chung, National Yang-Ming ;-5edical 
College, l^ipei, Taiwan, R.O.C. 

According to the traditional Chinese medicine, 
the vital energy *chi* circulates around the 
body alcaig the channels called 'ching-lo* 
(meridians). The acupuncture points (acu-points) 
are located on the meridians. Stimulating acu- 
points by needles or other means is to restore 
the normal flow of chi alcaig the specific 
meridian, and thus has specific therapeutic 
effects. However, the physical substrate of 
meridian is yet to be identified. 
The purpose of this study is to examine the 
electrical properties of the meridian. 
Acupuncture needles were inserted into the acu- 
points of patients. Sinusoidal currents at 
various frequencies were passed through a pair 
of needles and voltage drops were measured. 
Iit^)edance was calculated from the voltage- 
current relatiais. Preliminary results show that 
the inpedance of meridian did not differ 
significantly from that of nearby tissue. Itore 
rigorous studies are currently under way. 
(Supported by National Science Council of 
R.O.C.) 
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BE20-B.1 

Intracardiac Impedance Plethysmography, 
G. Boheim* and M. Schaldach, Zentralinstitut 
fur Biomedizinische Technik, Universitat 
Erlangen, D-8520 Erlangen, FR of Germany 

Intracardiac impedance plethysmography is gaining 
increasing interest, in both diagnostic and ther- 
apeutic fields. As a diagnostic tool, its main 
application is to record pressure-volume dia- 
grams. Therapeutically, it is used as a means to 
provide information of the pumping efficiency of 
the heart. This method of control finds applica- 
tion for implantable pacemakers and defibrilla- 
tors. Impedance plethysmography has been shown to 
be an effective pt\ysiological parameter for 
closed loop control of pacing rate in pacemaker 
applications, based on its direct relationship to 
stoke volume. 

Investigations with respect to the accuracy of 
this method, or its optimization, have mainly 
been established either by performing in vivo or 
in vitro experiments, or using computer simula- 
tion to solve underlying differential equations 
under special conditions. 

This paper conx,ributes to the volumetric applica- 
tion of impedance measurements in providing solu- 
tions of the Laplace equation under simplified 
geometrical conditions. Theoretical, experimen- 
tal, and clinical results confirm the electrode 
arrangement needed to meet the required accuracy 

3 for the various applications and summarizes limi- 
tations of the method. 
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BE20-B.2 

Right ventricular volume estimation by conducti- 
vity dilution, P.H.Rehak*, H.Metzler and W.Stenzl 
University of Graz, A 3036 6RAZ, Austria 

To evaluate the conductivity dilution method in 
right ventricular volume estimation an experimen- 
tal study was carried out in 7 pigs. Variations 
of cardiac output (COX and ventricular volumes 
oyer a wide range were performed by applying com- 
binations of continuous positive pressure venti- 
lation (PEEP), Dopamine infusion and volume over- 
load. Hypertonic saline was injected directly 
into the right ventricle and indicator concen- 
tration was measured in the pulmonary artery by 
a catheter-mounted 4-wire conductivity cell. 
CO, enddiastolic (EDV) and endsystolic volumes 
(ESV) were calculated from the unprocessed dilu- 
tion curves, from filtered curves and by exponen- 
tial curve fitting. These values were compared 
with the pulmonary artery flow as measured by 
an electromagnetic flowmeter and with niyocardial 
segment lengths of the right ventricular free 
wall, respectively. 

Both CO and ventricular volumes showed the best 
correlation with the reference values when they 
were calculated from the unprocessed curves (CO- 
r=0.92, EDV: r=0.87, ESV r=0.71). 
The accuracy of the volume estimation - referred 
to the segment lengths - was not affected by 
PEEP, Dopamine or volume loading, but all of 
these factors showed a significant higher influ- 
ence on the estimated CO than on pulmonary flow. 



BE20-B.3 

Ventricular Volumetry by Electrical Conductance 
Measurement : the Importance of Catheter Position, 
CD. Bertram* and J.C. Woodard, University of 
New South Wales, and B.S, Gow, University of 
Sydney, Australia. 

We have recorded measurements with an eight-pole 
catheter in the right ventricle (RV) of anaesthe- 
tised greyhounds, and compared them with simul- 
taneous recordings of e.c.g,, RV pressure, 
pulmonary arterial (PA) flow-rate and tracheal air 
flow. The catheter was introduced in four differ- 
ent ways: tip at apex from PA or jugular vein, and 
tip near PA from jugular or femoral vein. Position 
in the ventricle was determined by videofluoro- 
scopy allied to contrast injection and location of 
the tricuspid valve by pressure-sensing radio- 
opaque catheter. Our results show that usable 
volume signals correlating well with integrated 
ejected flow-rate are obtainable from all four 
positions if the catheter is maintained away from 
where the free wall meets the septum. In vitro 
experiments and simuLitions confirmed that appar- 
ent volume is markedly altered when electrodes 
approach a boundary, owing to reorientation of 
flux lines. Hence, while isovolumic shape changes 
causing blood shifts parallel to the catheter are 
well compensated by a multi-electrode technique, 
shifts orthogonal to the catheter are transduced 
as apparent volume changes. The effects on appar- 
ent volume of mechanical or natural lung ventilat- 
ion generally accord with physiological expectation. 



BE20-B.4 

Electrical Impedance-Cuff Technique: 
^ A New Plethysmography, 
H.Ito / H.Shimazu, A.Kawarada, H.Kobayashi, 
J.Masuda & K.Yamakoshi, Dept Physiol, Kyo- 
rin Univ, Mitaka-shi, ToKyo; K.Yamakoshi is 
in Res Inst, Appl Electr, Sapporo-shi, 
Hokkaido, Japan 

A new plethysmograph, called the electric 
impedance-cuff, was designed for the in- 
direct measurement of blood flow, arterial 
pressure and compliance in human limb arte- 
ries^ The device comprises a compression 
chamber filled with electrolyte solution 
and a tetrapolar electric impedance ple- 
thysmograph whose electrodes are placed 
inside the chamber; the former for control- 
ling transmural arterial pressure (P. ) and 
the latter for detecting limb volume (V ), 
mean arterial volume (V ) and its pulsatile 
variation (^V ) • SystSlic (P ) and mean 
(P^j^) arterial pressure were dISermined by 
detecting respectively the appearance and 
maximum point of the pulsatile impedance 
variations during the gradual increase in 
the chamber pressure using the volume os- 
cillometric technique. Diastolic pressure 
and pulse pressure (AP) were calculated 
from these pressures using conventional 
equations. Compliance defined as AV/AP was 
obtained at various P. levels controlled by 
compression pressure. 



BE20-B.5 

Data Reduction and Modeling of Impedance 
Cardiograms by Linear Prediction. 
M. Caden£*,T. Al jama, S . Charleston , S . Carrasco, 
R.Camarena.Universidad Autonoma Metropoli 
tana-Iztapalapa.E.E Department, 09 340, Mexi^ 
CO 13, D.F., Mexico. 

Impedance cardiography is a noninvasive technique 
for estimation of stroke volume and cardiac output 
in patients and normal subjects at rest and exer- 
cise. Controversial results has been reported by 
several investigators when they have studied car- 
diac abnormal patients using Kubicek's model corre 
lated against Pick's and dye methods. 
The purpose of this work is to describe a new ap- 
proach to characterize impedance cardiography sig- 
nal by use of an only-pole linear prediction algo- 
rithm. The resulting model coefficients are used as 
a data reduction feature extraction technique. 
This model has been tested on twenty subjects dur- 
ing upright cycle exercise at 0,50,100,150 and ,00 
watts estimates of cardiac output by CO2 re- 
breathing method.Also,it has been tested in 10 pa- 
tients with mitral valve insufficiency, determined 
by B-scan ultrasound images, with estimates of car- 
diac output by Doppler ultrasound method. 
First results suggest this approach can be used as 
a very sensitive statistical technique to process 
cardiography signals. 
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BE20-B.6 

IMPROVED SIGNAL PROCESSING TECHNIQUES FOR 

THE DETERMINATION OF CARDIAC PARAMETERS 
USING THORACIC BIOIMPEDANCE 
Sridhar P. Reddyf Liang Y. Shyu, Joachim Nagel, Ph.D., 
Nei Schneiderman, Ph.D. 

Noninvasive determination of stroke volume, cardiac ouptut and 
the systolic time intervals though of great interest in both diagnostic 
and medical research, still lacks the necessary reliability and precision 
nfiainly due to severe shortcomings of the commonly used signal 
processing techniques. Due to the poor results, even the principle of 
cardiac output determination based on Impedance cardiography 
remains controversial. 

High levels of noise and motton artifacts in the signals call for 
sophisticated signal processing techniques in order to provide 
beat-to-beat detection of the single cardiac events, especially in case of 
exercising patients. So far, simple bandpass filters and threshold 
detectors have been used for event detection at the beginning and 
end of electric and medianica! systole. Ensemble averaging of cardiac 
parameters, inaeases the reliability but only at the expense of 
information about transient responses, short-time fluctuations and 
respiratory modufation. 

fn order to overcome these problems we have used beat-to-beat 
detection techniques, such as adaptive matched filtering and 
phase-sensitive event detection. The phase-sensitive method is 
based on the assumptiori that sudden events within a biological signal 
source, such as the onsets of slowly changing signals or small k)cal 
extreme (as the opening of the aortic valve), lead to a sharp change of 
signal spectrum. The analysis of the momentary frequency or phase 
has resulted in obtaining a reliable nfiarker for each event. As a result of 
adaptive matched flltor and phase-sensitive event detection, both the 
reliability and precision have been substantially improved. In order to 
process the data at suffidently tow cost and to gain clinical acceptance 
without sacrificing precision, we have developed analysis to be run on a 
personal computer (PC-AT). 



BE21-A.1 

Alternating Motor Unit Activation in 
Electrically Stimulated Muscles, Z.-P. Fang* 
and J.T. Mortimer, Applied Neural Conirol Lab, 
Dept. Biomedical Engineering, Case Western 
Reserve University, Cleveland, Ohio 44106 

A new method has been developed to activate alternately 
two motor unit groups within a muscle by using a nerve 
electrode. With alternating stimulation, each of the muscle 
groups should be required to fire at only half of its 
fusion frequency to generate a fused whole muscle 
contraction. This stimulation scheme mimics the 
asynchronous firing pattern of motor units during natural 
excitation, and should therefore reduce the muscle fatigue 
associated with conventional high frequency stimulation. 
A tripolar spiral cuff electrode was placed on the medial 
gastrocnemius nerve of the cat. A stimulator was designed 
to generate narrow rectangular pulses (which activate 
large axons along) and wider quasitrapesoidal pulses 
(which activate selectively small axons by differential 
block of the large fibers) alternately at a desired 
switching rate. Both nerve action potential and muscle 
twitch recording indicated that two different motor unit 
groups could be activated alternately by the scheme. A 
smooth muscle contraction was demonstrated when each 
muscle group was stimulated at about half of it fusion 
frequency. Finally, a comparison test showed that muscles 
exhibited less fatigue when driven by the alternating 
scheme. This method may have applications in 
physiological study and neural prosthesis design. 



BF21"'A.2 

Stabilization of FES Syston for Muscle Tension 
Control, N.Itakura' K.Fujita, K.Kubo, Y.Iguchi 
and H.Minamitani, Keio University, 
Hiyoshi 3-14-1, Yokohama 223, Japan 

We have tried to control muscle tension by using 
functional electrical stimulation (FES) with PID, 
PI, I, I-PD or I-P controller which was designed 
by tns Kitaitori*s controller design method. And 
experijTBnt have been carried out on gastrocne- 
mius of human la-;er extremities. The systana ^ 
ployina PID, PI or I-PD controller shewed stable 
response to the step ccmnand generating rela- 
tively low tension, but non-linear characteris- 
tics of the controlled process might cause un- 
stable response for higher tension. So it should 
be clarified how the stable control could be at- 
tained all over various strengths of the imiscle 

tension • ^ ^ 

In this study, we identified transfer function 
of the muscle tension of gastrocnmius. Using 
the data, the control system responses to the 
step coimand/ generating about 1/4, 1/2, 3/4 of 
the maximum tension, were simulated in order to 
discuss how the Kitamori ' s method can b- applied 
to the control syst^ including non-linear 
process. Frcxn the results, it was found that 
using the largest gain of the transfer functicxis 
was the best way to control stably without os- 
cillation all over the strengths. PI or PJD con- 
troller showed higher robustness against the non 
lineariiy than that I-FD or I-P controller did. 



BE21-A.3 

Time-v ariation of Quadriceps Muscle Force And 
Related EMG During Uniform Electrical 
Stimulation In Paraplegics. J. Mizrahi*, M. 
Levy, Y. Steinvil, Z, Susak, P. Solzi. Technion- 
Israel Institute of Technology, Haifa, and 
Loewenstein Rehabilitation Hospital, Raanana, 
I sr ael . 

A dynamic model of the leg, which enables to 
calculate the force produced in vivo in the 
stimulated Quadriceps muscles of spastic 
paraplegics was developed. The measureu 
kinematics and external dynamics of the 
activated leg were measured in the sitting and 
the supine lying positions on specially designed 
appar atus, to serve as input data for this 
model. External stimulation of the Qu adr iceps 
was used for tetanic contraction, with constant 
stimulus parameters. Simultaneously, surface EMG 
activity of the stimulated Quadriceps muscles, 
as well as their antagonist Hamstrings muscles, 
was recorded. Conduction velociy of the Femoral 
and Sciatic nerves was measured before and after 
each experiment, and was found unaffected by 
fatigue* 

An attempt to correlate EMG and mechanical 
measurements suggests that the decaying measured 
force in the fatigued Quadriceps muscle is 
accompanied by a corresponding decrease in EMG 
amplitudes. The latencies between stimulus 
artifact and onset of EMG were 1 and 2 ms, for 
the Quadriceps and Hamstrings muscles, 
respectively, indicating that stimulation is 
direct from the electrodes to the muscles. The 
force induced in the Hamstrings has negligibly 
low compared to that of the Quadriceps. 
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l3l£21-A.4 

An Implantable Nn^ve Stimulation system, 
Technical Solution end Applications, H.G. 
Stoehr*,W.Mayr and H.ThoM«, 2nd Surgical 
Clinic, Universit ' Vienna, Austria. 

Functional electrostimulation offers a way 
for demobilization after paraplegia and 
reinnervation of the n.phrenici in cases 
of central paralysis of the breath 
muscles^ We developed multichannel im- 
plants (up to 40 electrodes) using thm- 
film and thickfilm hybrid technology ana 
custom designed integrated circuits is 
well as sophisticated extracorporal :on- 
trol units • All stimulation parameters can 
be controlled preceding each stimulation 
impulse. Approach to the biological system 
is done via stainless steel electrodes 
which are sutured to the epineurum of the 
nerves to be stimulated. In 1984 first 
clinical applications in 4 paraplegic sub- 
jects proofed the principle function of 
the method. They could stand up from the 
wheelchair and walk short distances on 
flat ground. Meanwhile the "lung 
pacemaker" is produced commercially and 
allows fatigueless stimulation of the 
phrenic nerve 24 hours a day. Several high 
tetraplegic patients could be discharged 
from the ICU and are now living at home 
for more than two years. 



EE?.1-A.5 

Development of the Multichannel FES System 
for the Paralyzed Upper Extremities. 
N.Hoshimiya*^and y»Handa+, 
Research Institute of Applied Electricity, 
Hokkaido University , Japan, 
+Shinshu University, School of Medicine, 
Matsumoto, Japan 

Multichannel Functional Electrical Stimulation 
vFES) is very efficient for the restoration of 
the paralyzed upper extremities. We developed 
several microcomputer-based FES systems, and 
applied them to clinical usage. In this paper, 
recent progress in the development of the multi- 
channel FES systems will be reported. (1) A 
master-slave type high performance FES system 
with 48 channel outputs for the restoration of 
the hand function of the paralyzed upper extre- 
mities of the quadriplegic patient is described, 
which can control the finger, wrist and elbow, 
and the stimulation patterns of which can be 
modified by the patient through the interactive 
capabilities. (2) A portable 16 channel FES 
system which is suitable for clinical usage, 
which will be commercially available in the near 
future. Creation method of the multichannel 
stimulation waveforms is identical for both 
systems, and is based on the EMG activities of 
normal subjects. 



BE21-B.1 

Quantification of Wound Healing after 
Electrical Stimulation, L.Vodovnik*, 
A^Stefanovska, D^Krizaj, H.Benko+, 
R.Turk+, M»Malezie++, Faculty of 
Electrical Engineering, +University 
Rehabilitation Institute, ++Jozef Stefan 
Institute, Edvard Kardelj University, 
Ljubljana, Yugoslavia 



The treatment of indolent wounds presents a 
major medical, social and financial problem. 
During the past decades several papers have 
reported about accelerated healing of chronic 
wounds using various modalities of electrical 
or electromagnetic stimulation. Due to lack of 
quantification, ignorance about the healing 
mechanisms and inadequate controls, stimula- 
tion has as yet not been widely accepted in 
clinical practice* In our study we primarily 
addressed the quantification problem but also 
investigated possible mechanisms and controls. 

Decubitus ulcers on ten spinal cord injured 
patients were daily stimulated with tatani7jnq 
currents through PALSTM skin electrodes. 
The wounds were photographed weekly and 
slides projected on a digitizing tablet. The 
areas computed by a CAD program were 
plotted as a function of time. It was found 
that an exponential decay of the wound sur- 
face is a good approximation. The healing 
time constants wore found to be about 2.'» 
weeks for trochanter wounds and i\.7 weeks 
for wounds on the sacrum. 
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BE21-B.2 

Electrical Stimulation for Functional and 
Thi.rapeutic Use in the Disabled Patient 
Y, Handa* and N. Hoshimiya+, 

Dept. of Anatomy, Shinshu Univ. School of Medicine, 
Matsumoto 390, Japan. +:Res. Inst, of Applied 
Electricity, Hokkaidc Univ. Sapporo 060, Japan. 

Electrical stimulation by using percutaneously indwel- 
ling intramuscular electrodes in order to improve motor 
function of paralyzed and paretic extremities in Che 
spinal cord injury (SCI) and stroke patients is des- 
cribed. Functional electrical stimulation (FES) by 
using EMG-based stimulation patterns which were obtained 
from normal subjects easily provided the severely disab- 
led patient reliable and reproducible control of the 
paralyzed extremities. Not only locomotive function in 
paraplegics but also upper extremity function in high 
SCI patients such as CA quadriplegics could be restored 
by this method. Therapeutic electrical stimulation 
(TES) was applied Co paretic extremities of SCI and 
stroke patients for relieving spasticity and lestriction 
of range of njotion (RaM) and improving volitional acti- 
vities of ilaily living (ADL). Since safe, easy and 
steady stimulation was achieved by the percutaneous 
intramuscular electrode, long- ^rm and frequent stimula- 
tion could be realized by patients themselves. They 
stimulated their paretic extremities over 6 times/day 
where one time was consisted of 30 min of cyclic stimu- 
lation. Such intermittent stimulation method in a day 
provided apparent and sustained reduction of spasticity 
because of prolongation of the carry over phenomenon 
after electrical stimulation. Therefore, an increase 
in active ROI and improvement volitional ADL were obser- 
ved within a month. Long-term TES over one year acquired 
permanent improvement of volitional activities of the 
patient. 
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BE21-B.3 

FES Control of the Paralyzed Extrenltles by 
Percutaneous Electrodes. 

Y.Handaf A.Kaito and K.HoshiDiiya-i- 

Dept. of Anatomy, Shinshu Univ. School of Medicine » 

Hatsunoto 390, Japan 

+Res. Inst, of Applied Electricity, Hokkaido 
Univ., Sapporo 060, Japan 



Restoration of aotor function in the paralyzed extremi- 
ties of spinal cord injury(SCI) patients by FES is 
described. Helically-coiled percutaneous electrodes ciadv. 
by Tef lon*-coated 19 strand stainless steel wires were 
used for intramuscular nerve stimulation. Multichannel 
standard stimulation patterns for controlling paralyzed 
extremities were obtained from 'trapezoidal approximation 
of integrated EMG during motion detected from normal 
subjects. Input of the threshold and maximum stimulating 
voltages of each muscle of the patient automatically 
created stimulation data of FES for each patient. This 
method easily realized versatile control of multi-Joint 
system of the extremities. Therefore, not only locomo- 
tive activities of the paralyzed lower extremities m 
paraplegics but also upper extremity function of high 
SCI patients such as CA quadriplegics could be restored 
by our multi-channel FES system. 



BE21-B.4 

Suppression of Volitional and Automatic 
Activity in Humans by Transcranial Cortical 
Stlmulai:lon, M.R. Dlmltrljevlc^, D. 
Moffit. C. Van der Linden, Division of 
Restorative Neurology and Human Neurobi- 
ology , Baylor College of Medicine , 7000 
Fannin Suite 2140, Houston TX 77030 



Transcranial cortical stimulation has been 
previously shown to elicit motor evoked poten- 
tials (MEPs) in intact human subjects. In 
addition to the excitatory activity, the stimula- 
tion can markedly suppress ongoing activity. To 
demonstrate this, we used two different ex- 
perimental paradigms in a group of 10 healthy 
subjects. Anodal cortical stimulation was 
applied 1) , while making the fastest possible 
contraction in response to a visual cue, record- 
ing surface EMG activity from the thenar (contr- 
acted) muscle, and 2), while recording EMG 
activity from the leg muscles during postural 
disturbances of subjects standing on a moveable 
platform (rocker) . In both conditions, we 
demonstrated a silent period. These results 
illustrate that cortical stimulation, in addition 
to its excitatory influence also has an in- 
hibitory effect on motor activity established 
through volitional or postural motor tasks. 



BE21-B.5 

Magnetic Stimulation of Localized Area 
in the Human Cortex, S. Uenot T. Tashiro, 
and K. Harada, Department of Electronics, 
Kyushu University, Fukuoka, 812, Japan 



A method of localized stimulation of the human 
cortex is proposed. The basic idea is to concen- 
trate induced eddy currents locally in the vicinity 
of a target in the cortex by a pair of coils which 
are positioned outside the head so that time- 
varying magnetic fields pass through the head in 
the opposite directions around a target. The eddy 
currents induced at the target are expected to flow 
together, which results m an increased current- 
flow at the target. Spatial distributions of eddy 
currents induced in the head are calculated. The 
current density at the target makes a peak which is 
higher by 2-3 times than current densities at non- 
target regions. The validity of the proposed 
method is demonstrated by experiments using frog 
nerve-muscle preparations. A U-shaped core is used. 
The core is driven by discharge of capacitor bank 
through a thyristor switch. When the nerve is 
positioned in the area between magnetic poles, the 
nerve can be stimulated by a capacitor voltage AOO 
V, ant' muscle contraction is observed. In contrast, 
when the nerve bundle is positioned outside the 
magnetic poles, nerves cannot be stimulated even by 
the three times of capacitor voltage 1200 V. 



BE21-C.1 

A practical walking system for 
paraplegics employing the LSU Orthosis 
and reciprocal electrical stimulation of 
the thigh muscles. M. Solomonowt R« 
Baratta, H. Shoji, R. Douglas, M. Ichie 
and S. Hwang. Department of Orthopaedics, 
LSU Medical Center, New Orleans, LA, USA. 

The LSU Reciprocal Gait Orthosis (RGO), vhich 
allows paraplegics to assume independent upright 
posture and reciprocal gait with the aid of only 
a walker or crutches, was sucessfully fitted and 
evaluated in over 112 patients in the last 10 
years . This report describes further 

developments centered on the addition of a four- 
channel electrical stimulation unit which 
reciprocally and voluntarily contracts the 
contralateral quadriceps and hamstring to provide 
effective and cosmetic reciprocal gait which 
reduces the metabolic energy consumption of the 
patient by 37% to 52% as compared to reciprocal 
gait with the RGO but without the benefit of 
stimulation. Data will be presented to qu&.icify 
the reversal of muscle atrophy of disuse by FES 
over six weeks, the increase in muscle bulk, hip 
flexion-extension torque, heart rate and PO2 
profiles during the therapy and during reciprocal 
gait with and without stimulation will be 
compared to highlight the benefit of this 
portable system as a practical rehabilitation 
modality. 
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BE21-C.2 

A Biomechanical Study of two Walking Braces for 
the Paralysedi M V Whittle* and R J Jefferson, 
Oxford Orthopaedic Engineering Centre, 
Headington, Oxford 0X3 7LD, England. 

Two designs of reciprocal walking brace for 
paralysed people have recently emerged as 
practical systems - the hip guidance orthosis 
(KGO) from Oswestry, England, and the 
reciprocating gait orthosis (RGO) from New 
Orleans, USA* 

A trial has been conducted to compare the two 
braces. 22 paraplegic subjects in matched pairs 
were able to try each brace for 4 months. In a 
crossover study. At the end of the trial, the 
subject was able to keep whichever brace he or 
she preferred. The following assessments were 
performed at appropriate intervals: clinical, 
psychological, ergonomic, economic and 
biomechanical » 

The biomechanical assessment made use of two 
types of gait analysis: videotape was used to 
determine the general gait parameters and the 
quality of walking, and the Vicon television/ 
force platform/computer system was used to make 
detailed kinetic and kinematic measurements. 
The results show that the differences between the 
subjects are much greater than the differences 
between the braces. Nonetheless, differences 
were observed between the braces, particularly in 
the patterns of movement. 



BE21-C.4 

Motorized Exoskelton Orthosis, Y. Sakurai^ 
H. Miyamoto, K. Tokimura and Y. Shlmazaki, 
Tokyo Women's Medical CoUcqo, 8-1 Kawada- 
cho, Shinjuku-ku, Tokyo, Japun 

The handicapped persons with paralyzed lower 
extremities desire sti^ngly to t>tand and waiK un 
their own feet. In this paper, motorized 
exoskelton orthosis system whJch assists the 
walking of handicapped persons will be reported. 
The exoskelton frame is fitted to the waist and 
legs. Hip and knee joint of this frame are p^^wered 
with electro-hydraulic digital actuator controlled 
with micro-computer. Through potentiometers 
mounted coaxially on each joint, changes of joints 
angles are continuously detected. A pair of foot 
switch sensor made of pressure-sensitive rubber 
detect the instant of heel-strike and toe-of£. 
Inclination or three dimensional posture of the 
body is detected by gyroscopes. The communication 
and interaction between mau and machiae are carried 
out with crutches provided with contact sensor and 
command switch. Patients can walk, stop, turn to 
left or right and go up and down stairs with this 
system. 
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BE21-C.3 

Development and Assessment of Neural Orthoses 
for Paraplegics 

A. Cliquet Jr. , s. E. Solomonidis,R.H. Baxendale, 

B. J. Andrews and J. P. Paul 
Bioengineering Unit, University of Strathclyde 
and Institute of Physiology.University of Glaserow. 
Glasgow, 04 ONW, U.K. 

Several types of orthoses have been designed to assist 
the locomotic * of paraplegic subjects. These vary 
from pure mechanical devices that work through upper 
limb mediated posture and gravitational action (e.g. 
hip-knee-ankle-foot orthoses), to surface functional 
neuromuscular stimulation on its own whicl. although 
more cosmetic than the former, may lead to muscle 
fatigue and consequent loss of function. A hybrid 
approach can be used in order to obtain the best of 
both systems and therefore some hybrid sytems that 
use different control strategies have been developed. 
Since the energy required to rise from the sitting to 
the standing position as well as to achieve "aided gait»» 
is provided by the patient's own muscles, analyses of 
upper limb effort and metabolic cost, were carried 
out. The metabolic assessment used indirect 
calorimetry and the biomechanical evaluation was done 
by incorporating force measuring transducers in the 
walking aid and recording ground reaction forces. 
Repeated measurements for each subject fitted with 
different types of orthoses allowed direct comparison 
of the relative "efficiency" of each system. 



BE21-C.5 

A portable EM6 Training Device for Amputees with 

Automatic Data Storage. 

U.Boenick*. W. RoOdeutscher and V. Matute, 

Technische Universitat Berlin, 0 looo Berlin lo, 

Germany 

Best orthopedic management of amputees can be 
achieved by myoelectrically controlled 
prostheses, which use the EM6 signals of the 
stump musculature as signal sources. 
However, in many amputees the EK6 after 
amputation and longer inactivity periods is so 
weak that the necessary level can not be 
achieved. The major part of these patients can 
increase their signal level after a systematic 
training. 

Training devices used for this purpose measure 
and display the muscle potentials after 
amplification. A documentation of the time 
dependent training progress is not possible. To 
overcome this problem a two channel measuring 
and training device was developed which stores 
all features and may help the physician to 
decide more precisely whether or not a 
successful prosthetic management of the amputee 
is to be expected. Experiences from practical 
applications are briefly reviewed. 
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BE21-I).l 

Adaptation of consumer inlcro^<wr.putcr-ba$ea technology to create 
affordable environmental control for the profoundly 7^tor-d I sabred 

David A Boonzaler* and Michael Kiev Ian sky « U.Cape Town 

Medical School S Croote Schuur Hospital, Observatory 7925* S.Africa 

Th^ crctbinsticn af a variety of Inputs, conputors, software «.id out- 
puts «3«inst « bftckground of disabled-users* individual needs and 
capsbilities, has created a laorast of choices which the average 
therapist is ill-aquipped to handle. This is particularly irue of a 
developing country with a relatively larger nuaber of rural techno* 
logically under* prepared people. Though there are special schools 
for siddle-level dissbility, eg. Cerebral Palsy, there are few faci- 
lities for the profctmdly disabled, eg. high-level quadriplegics. It 
therefore becaae the responsibility of hospital 'based therapists, 
and parents of disabled people to take the initiative. 
Four years ago, a country-wide self-help organisation, INTERFACE: 
Computers for the Disabled, was established to act as an inforo" 
ation/expcrtise broker. A close liaison has developed between Inter- 
face and the U.Cape Town Rehabilitation Technology Croup, leading to 
xaany collaborative projects. 

Cotaoon consu&er products such as TV renote controllers often contain 
enbeddod aicroprocessors. Depending on the oanufacturer's openness 
for technical sccess, these devices can often be modified to accept 
alternative inputs for use by disabled people. This is p&'fticularly 
icportant since so-called luxury*' devices for the general pv^pulation 
becoM necestltltes if dissbled wish to do norml tasks, eg. opening 
the door to a visitor, or naking a phone call. However, several 
device' specific hand-held controllers often need to be manipulated 
froa the uteres custosised Interface such as Joystick, sip-puff, eye- 
position etc. We have develop>d a "soart** Microprocessor-based infra- 
red link to offer a wireless, 2 way coaaunication path between a dis- 
abled us»r and the **world'* at l.<rge. For adaptability we chose RS232C 
protocoJ. so that rot only contr.>l Infonaation but also ix;sssges, eg. 
notification that \n instructi o *'open the door** had been executed. 
Device drivers, botS input- arJ output- are loaded to EPROH froa a 
naster file by the t.*4rapis^ who is setting up the systea to natch 
the disabled user's capabilities and needs. To achieve universality 
each coQoercial device will need a standard plug to enable it to bo 
attatchod to the host aicrocosputer. 

The prototype syatea we have built has already given a great deal of 
independence to a severely disabled client. 



AN INIBGRMBD SYSTEM Ok RELATION WTIH TOE 
ENVJROtMENT FOR DISABLED PECX>LE 
L.Gardsazabal, G. Buldain, A.Arruabarrena, 
E.Gdmsz, J.Gonzalezx, Infom\atika Fakultatea 
EHU. 649 pk 20080 DC»30STIA (SPAIN, 
There are a great variety of diseases that 
produce deep problems in the movement (cerebral 
palsy, hemiplegia, etc.). People \^io suffer from 
them see greatly affected their independency and 
their posibility of relationsldp with other 
pec^le. We have designed an integrated system to 
solve this lack, iirproving autonomy and 
comtunication with people. 
Ihis system is divided in three blocks: 
« An infrared-based environment controller that 
allows to switch on and off electrical devices, 
pick-up the telephone, etc. 
^ A communication tool controlled by a switch 
for non-vocal handicaped pec^Ie. Messages are 
built letter by letter uoing soma editiai 
functions and shewn i.i a 3Xi display. 
All the messages c*^i ..-e sert to a printer via 
a parallel conexion 
^ A keyboard emulator o£ a computer allowing to 
access to a P.C. by a switch. Thus, the user 
can works with most of the programs availables 
in the market. Itie conexion of the keyboard 
emulator with the computer is via an infrared 
emitter, avoiding the use of multiple wires. 
This integrated tool is being used a group of 
people who suffered from cerebral palsy in a 
local asociation of CP. ASPACE 



BE21-D.3 

Using a Microcomputer to Rehabi- 
litate Communication Ability of 
Dinabiod Man, Liuda Chu*, 
Institute of Electronics, Acadenia 
Sinica, Deijing, China 



A special microcomputer system has been 
developed for a severe physically disabled 
man /ho may move hi- foot, a joint or head 
to press two button^ of the system to 
control the computer to achieve communica- 
tion ability with community. The author 
was involved m this project and developed 
a program to reach the above goal, 
'.?he program is r two-button controlled 
screen editor which has following func- 
tions: automatically to access disk file 
and save file, button controlled text 
input, text modification, text print, 
and alarm function available to secure the 
I oer out of accident, A simulated auto- 
scan screen keyboard on display terminal 
guides the user to choose alphabets or 
function symbols to write a letter, a note 
or a file to be saved or printed. Thus, 
for a disabled, this sy.«',tem will be 
only a great tool to commjnicate with 
others. 

This system may be used I'oth m English 
and Chinese characters. 



BEJJ1-D.4 

VICTUAL SOFTWARE INTERFACING IN 
RE»i\BILITATION ENGINEERING, B. Rowley*, 
and C. Davis, Dept. Biomedical Engr., 
0. Amos, Special Ed. Program, Wright Scate 
University, Dayton, OHlo 45435 USA 

One of the challenges rehf' ^lltatlon engineers 
face Is interfacing disabled persons to computers 
so they caa communicate and become productive In 
the work pl^^ce. The number of options are 
limited requl.-ing compromises between needs and 
current technology. We have developed a virtual 
Interface method (VIM) which overcomes many limi- 
tations to the use of softvjv»re such as word pro- 
cessors, spread sheets, data base managers, and 
programming languages by those with severe neuro* 
motor handicaps. The VIM Is a resident memory 
program providing a gateway between augmentative 
communications software which interfaces the 
disabled with the computer and con«2?erlcal soft- 
ware. As a result, the disabled person has 
access to the same software that able-boaif»d 
persons use. 

When the VIM Is Invoked, a special window Is 
opened on the monitor. Through this window the 
User has control over commercial software using 
augmentative keyboard techniques. An unlimited 
number of linked customized .windows are available 
for operation of augmentative software or with 
forty positions for commands and macros. 

09 
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BE21-D.5 

MODIFIED TACTILE VISUAL SUBSTITUTION DEVICE FOR 
REPRESENTATION OF TWO- AND THREE DIMENSIONAL 
PATTERNS, T.Dohi*, T.Horiuchl, H*Narahara, 
I.Sakuaa, T.Masuzava, 

The Univ, of Tokyo, 7-3 Hongo, Tokyo, Japan 

To proaole oul-door activity for the blind and 
Miniaize their overcausion against the subjects in 
a far distance, an visual substitutional syatenj 
being able to provide a greater variety of 
environmental Information for the blind Is 
necessary. For this purpose, three dimensional 
space recognition training syste© was developed and 
tested with noraal subjects. 

The systen is consisted of a tactile (tablet with 
plezo-electrlc vibratory pin matrix), two- and 
three-dimensional environmental models and a visual 
axis detector using position sensitive devlce(PSD). 
These environmental models are programmed In a 
micro processor and gcographyeally represented on 
the tactile. PSD can detect the orientation of th'e 
subject and represent the shape of model from a 
certain angle on the tactile via micro 
processc>r{visual tracking method). 

Five different shapes of two dimensional figure 
were utilized in the tests with nine normal 
subjects. Over 80X of discrimination ability was 
observed on the average when visual tracking method 
was employed. 

Preliminary evaluation showed that this system 
could be utilized for the environmental recognition 
training on the congenital blind. 



Tht Uoe of the Eyeo by Seyerely Dioabled 
People for Communication and Control 

P A QRIFFITHSt E A DYMOW), R POTTKR 

Many oeyeroly dioabled people are reatricted to 
eye aoTeraen)C as their oole meano of communication. 
This function has been hameooed in different 
vaya e.s* aignalo arioing from the comoo-retinal 
potential, the differential reflection of infra 
red light or monitoring of the eye by a tele- 
Tision camera* 

Vork at Lincoln over aeveral yeara with people 
having congenital or acquired di .orders haa 
allowed eye moyemcnt aa a control function to 
be explored in a variety of different circum- 
otanceo. This has led to the definition of the 
important design features of an eye movement 
system. 

These will be described and diarussed together 
with the approach which has been taken to use 
eye moTcment in a daily living context so that 
the user may write letters, control domestic 
equipment, partake in recreation and through 
synthetic speech even make telephone calls. 



BE21-E.2 

Airflow Resistance of a New Voice Prosthesis, 
A. Ben Jebria*, C. Henry, M. Gioux, F. Devars 
and L. Traissac, Penn State University, 
University Park, PA 168o2 and Universite de 
Bordeaux-II-33076 Bordeaux, France. 

Performance of a new voice prosthesis, used to 
restore speech in patients following total lar- 
yngectomy, was evaluated by measuring in-vitro, 
a"^ well as in^vivo airflow resistances. The pros- 
thesis is made of a relatively soft polyurethane 
material, unlike other devices reported have been 
made of silicone. It has the form of biflanged 
tube of 0.3S cm diameter and variable length that 
can bo adjusted to fit the morphological structure 
of the part situated between the trachea and the 
esophagus of each patient. The fixed flange at 
the esophageal side of the tube is provided with 
a one-way-valve system that opens during expir- 
ation (for voice production) and immediately 
closes to prevent leakage of liquid and food. 
Total device resistances were found in the range 
or 35 to 46 cm HJ)/l/S when the flew rates ranged 
fronj 0.05 to 0.35 L/S. Therefore, our voice 
prosthesis operates in a range of airflow resis- 
tance comparable to that of intact human larynx 
durini' vowel production. In addition, the aero- 
dynamic performance of this new prosthesis com- 
pares favorably with the various devices reviewed, 
because it offers the least opposition to airflow. 



BE21-E.3 

5°'"Ss^?r^^^5^ Rehabilitation of Aphasia, 
J. «i52JiIa*, Technical Research Centre of 
iJllf^tl Finland, L. Salonen, 

» } University Central Hospital 

Helsinki, Fii land. ' 

This aphasia rehabilitation system is 
built upon a rehabilitation method called 
Language Enrichment Therapy (LET). Based 
on systems approach, LET is a comprehen- 
sive method, the goal of which is to 

J!n K^fif!^ ^""l^^ language processing, 
capabilities by including them into aii 
Interactive system. Various linguistic 
subfunctions are treated in a hierarch- 
ical manner in reciprocal relations 
rather than separately. 
The compu te r-a i ded LET rehab i 1 i tst i on 
system has been produced for the IBM AT 
personal computer using graphics and 
digitized speech. 

Clinical evaluations started in the 
spring 1987 using a prototype of the 
therapy system. Even severely aphasic 

mn^f^Hr^i-K^^^^? ^V^tem and 

most of them find working with the com- 
puter motivating. 



ERLC 



410 

1988 World Congress on Medical Physics and Biomedical Engineering • San Antonio, Texas 



Biomedical Engineering Scientific Papers 



BE21-E.4 

Design and construction of a valve for endoesophageal 
tubes. G. Michanetzis and Y. Missirlis*, Laboratory 
of Biomedical Engineering, University of Patras, Pat- 
ras, Greece. 

In certain cases of cancer of the esophagus, where 
surgery is not admissible, feeding the patient is 
done through a permanent endoesophageal tube. Many 
clinical studies have indicated, however, that re- 
gurgitation of stomach contents takes place when the 
patient is Inclined, after being fed, leading to 
choking and subsequent death. 

The purpose of this study was to construct a bio- 
compatible passive valve to be mounted on a Celestin 
tube acco\ding to the suggestion of Dr. Lekakos. The 
operation of the valve would be such as to remain 
open while the patient is being fed and to close and 
not allow the stomach contents to regurgitate into 
the esophageal tube when the patient is inclined. 

The final design is that of a hinged disc plate of 
magnetic material (like the "toilet seat" type of an 
artificial heart valve) covered with polyurethane. 
At the vertical or semi-inclined position (45''-90'') 
the valve remains open due to gravity, while at the 
horizontal position (0''-30'') the disc is attracted 
by a steel ring covered with polyurethane and the 
valve closes. 

In-vitro testing was performed to verify the oper- 
ation of the valve and results will be shown on the 
valve's function in dogs. 



BEa-E.5 

A specialized electronic game for 
restoration of function after hand 
surgery, (*)A.Pepino* (**)M,Iocco, 
(*)M.Bracale, (**)N.Misasi 
* Univ. of Naples, Electr. ^Dept. Via 
Claudio 21, Naples (I) 

Univ. of Naples Orthoped. Clin. 
Via Pansini, 5 Naples (I) 

From a general point of view biofeedback 
IS a form of psychophysiological training 
where sensorial stimui i representing 
biological functions, are presented to 
the organism which produces these events. 
A specialized electronic game can be 
considered like a sort of biofeedback 
device to improve motivation and for 
monitoring the rehabilitation trend. 
A video-graphic system, together with a 
special support for the arm, has been 
designed for rehabilitation after hand 
surgery. A clinical evaluation has been 
carried out on ten patients for three 
months, and we observed an increased 
motivation and a correlation between the 
improvement of finger joint movement, and 
the score obtained in the training . 



This work was financially supported by 
MPI 40%, and C.N.R. "Nucleo di Ingegneria 
Medica e della Riabi 1 i tazione" 



BE21-E.6 

Basic and Clinical Studies on 
Electronic Walk Helper, Ylng-bing 
Liu*,Lian-sheng Liu, etc.. Surgery 
Insti tute,Daping, Chongqing, China. 

EWH-1 belongs to one of the FES Walking 
Helpers with *lie following main features: 
Simple construction, small andfine 
dimension, portibility and cheapness, 
application to both walk helping and 
treatment with satisfactory efficiency. 
Experiments on animals and healthy people 
demonstrated that 0.2ms stimulating pulse 
at 30-40HZ and 20-80V could attain an 
optimal^ effect for the contraction of the 
paralyzed muscles, and no discomfort to 
the clinicalpatients. 

Clinical analyses on more than 4000 cases 
indicated that EWK-1 could achieve the 
pedal dorsal flex just in those who could 
dorsal ly flex their ankles regardless of 
the course, but had no curing effects in 
the tetanic hoofbound and severe spasm. 
Earlier applications could more favor the 
functional restoration of the paralyzed 
muscles. EWH-1 could be also used in the 
walk aiding of the Incomplete paraplegia, 
cerebral palsy and sequelae of the 
myelytis. out of the clinical limits for 
EWH-1, the parameters and multichannels 
for motor dysfunctions at multiple joints 
over the knee are undertaken in our lab., 
so as to meet the critical needs of much 
more paralytics. 



BE22-A.1 

A FAST CORRELATION TECHNIQUc FOR 
MULTIMODAUTY IMAGE MATCHING 
Anthony ApicellaTJoachim Nagel, Ph D. 

Advanced nuclear medicine imaging modalities such as single 
photon emissbn tomography and positron emission tomography 
provide valuable functional or physiologic inforn Ction. As this 
information is complementary to anatomic imag..s obtained via Nuclear 
Magnetic Resonance, the diagnostic potential of the Nuclear Medicine 
images may be augmented by objective, accurate matching of the 
different data sets. 

Different techniques, such as correlation analysis, edge dete'.tbn, 
or fiducial landmarks have been proposed for image matching. 'Ley all 
suffer from severe shortcomings with regard to either reliability and 
precision or mathematical complexity resulting in unreasonable 
calculation times. 

We devetoped a new correlation analysis to compute the three 
dimensbnal translational and rotatbnal shifts of the image planes 
necessary to combine or overlay the different images. Current 
correlation analysis approaches are limited, as the coupling of the 
registration variables requires an iterative, computatbnally expensive 
algorithm. The approach described here improves upon past work by 
first decoupling the translational and rotational components, thus 
eliminating the iterative part of the algorithm and signifbantly reducing 
the computatbnal expense. 

The input Images are first transformed into images which are 
translatbn invariant. These translatfon invariant images are converted 
to polar coordinates and the rotation angles calculated. The rotatbnal 
corrections are applied to the original images, and then the translation 
distances are calculated. Given the matching differences between the 
two data sets, the NMR images are transformed so that they are aligned 
with the PET images. 
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BE22-A.2 

The Characterization and Quantization of Soft Tissue in MR Images 
by a Multiple Pixel Intensity, Region Growing Algorithm 

Jacob M Agris* and RulJ.P. de Figuelredo. Fellow IEEE 
*Dept of Electrical and Computer Engineering, Rice University 
P.O.Box 1892; Houston, Texas 7725M892 fW. (713)527-4020 
*Dept of Radiology, Baylor College of Medicine 

Th^ characterization and quantization of soft tissue in Magnetic 
Resonance [MR] imaging is complicated by the nonspecific nature of 
the imaging modality. It is difficult to determine the composition of 
the tissue volume corresponding to a particular pixel based solely on Tl 
and T2 ratios since there are significant partial voluming effects and 
since Tl and T2 ratios may not uniquely characterize a material that is a 
chemical mixture. Additional information such as the spatial distance 
in the image plane or Tl and T2 spectra must be considered. Region 
growing algorithms such as those presented by Gonzalez and Wintz lake 
into account both the image pixel intensity as well as spatial 
information. The error funcuon that assigns a pixel to the region is 
based on a single intensity value for each pixel and is defined as 

e=|l(Xo>yoH(x.y)l 

where I(Xo,yo) It mtensily at pixel x,y and e is error function. 
However, there are two intensities for each pixel corresponding to the 
Tl and T2 ratios. 

We have proposed an error function defined as the vector sum of the 
intensity differences in each image plane. The intensity I(Xo,yo) used 
to characterize the region is classically defined as the intensity of a 
connected pixel known to be in the region. However this can lead to 
propagation of a region throughout the image planes. We used an 
intensity value that is a function of all the intensities known to be in 
the region of interest. Implementation of an algorithm that uses both 
spatial as well as the above mentioned, multiple intensity criterion has 
shown to be a robust method in MR. 



BE22-A,3 

Bohanceaent of Radiographic Images by htf and Fractal 
Diaension Bvaluation* P. Arduini/ S. Dellepiane« C. 
Regazzonif P. Sturaro« G. VernazzaT DZBB University of 
Genoa* Via All'Opera Pia 11/A Genova Ztaly. 

In nedical images humar. operator focuses his attention on 
some particular regions or structures of interest: 
purpose of this paper is to describe a new method 
suggested for local enhancement of textured areas and to 
present the related preliminary results. After the 
computation of the HTF (Modulation Transfer Function) of 
the whole acquisition system by a bar pattern/ a 'global 
restoration* of the image is performed by processing the 
original image with an appropriate linear shift invariant 
filter (complementary to HTF curve) keeping attention to 
reduce noise effect at high frequencies. Then* in order 
to detect areas of specific texture properties, the 
fractal dimension D has been calculated by a *fractal 
preserving method*/ in order to preserve th^n anatomical 
structures. In fact according to this approach/ some 
prefixed masks are positioned around each pixel and D is 
calculated by averaging on the most homogeneously 
textured mask (i.e. minimum variance). The fractal 
dimension D has been evaluated by the *blanket approach*. 
Using the *fractal image* it is possible to localize the 
presence of specific textured areas and to select 
appropriately local filters/ i.e. with specific 
f requecies behaviour/ to be applied to the restored 
image. In fact/ we recall a presence of a direct relation 
between D values and spatial frequencies behaviour/ in 
particular low D (e.g. around 2.0) denote quite spatial 
homogeneous region. Consequently frequencies filters 
poles have been calculated by taking into account D 
values. This approach has been verified on soze chest 
radiographic images and the obtained results are quite 
prom;sing. 



BE22-A.4 

CmWit wise Alsn Bite foctis fjetectm Homusii aru* tetatioMf/ 
Wi/fi Meiini, hao Pini-lfa» awl He Zhen-Va, DuiUl Siinal Processing Research 
Groupi Nio &epartaeot» hajing Institute of TechDOiogr, Ksajid^, P.k. Oim. 
A i-m pfiotograpi or %HOim can be viewed as a suple of a two-<liieDsicDal 12-D] 
raAdos field represected by a vi^ice-Doise-driveD representation (VKDR). Previotislyi 
onl; causal and stationary VKDBs vere full; used for tbe lack of a efficient 
paraseter estisation technique to estisate the paraseters of the lenerai noncausai 
V)(DR tdiich represents the gra; level at one point as a linear coibination of its 
neighbors in all directions and a white noise » and onl; unsatisfactory results Wie 
observed. In this paper, ve studj constant false aiara rate (CPAS) focus detection 
bf leans of 2*D noncausal W lodeling based on an asjiptoticall; consistent ana 
coiputatiooall; efficient lodified least*squares (IS) estiution lethod recently 
developed b; the authors^ for identifying paraaeters of such a noncausal sodel (cf. 
Preprints, 8th IFAC sjiposioa on LS.P.E,, to appear). Purtheriore, the 
nofistationaritj is also assuted in the lodeling as the iiage statistics of the 
focuses and the noraal parts of organs are different, Because the lodified LS 
lethod is for stationary case^ ve first develop^in this paper, an adaptive 
coipanion of the lethod b; e&refullj ezpioiti&g the special structures of the 
nonai equation set of that lethod. He adaptive lethod using onij local pixels id 
a sliding data vi&dow is a finite leior; algorithi and is spatiall; recursive in 
nature^ and it estisates the paraieters of the noncausal and nonstationar; VKDR 
consistently and coiputationall; efficiently. Both theoretical analyses and 
cosputer siiulations shov that the estiiates produced b; this lethod are about 10 
tiies as accurate as those produced b; conventional LS| ^ile the coipatational 
coaplexit; of the forcer is onl; the square root of that of the latter. Developing 
a probabilit; density function (PfiPj for the photograph based on the noncausal and 
nonstationar; W lodeling^ taking significance testing under it^ CFA2 constraint, 
ve constructed a CFAS focus detector b; prograaiog PC VISIOM iiage processing 
sfstei with FDRm}!?? and 8033 asseablj language. The CFA2 detector can easil; 
detect calculuses is urinat; organs, pulsonat; diseases and other diseases froa the 
correspondiog I-raj photogrti^s, while detectors based on other fiodeling techniques 
can not, the details about the structure of the CFA2 detector and of soie 
eiperitents are given. 



Digital Subtraction Angiography on a 
Personal Computer, M.Cesarelli*, M.Bracale, 
Cattedra di Elettronica Biomedica-Nucleo 
di Ricerca di Ingegneria Medica e della 
Riabilitazione C.N.R., Faculty of Engi- 
neering-University of Naples, Via Claudio 
21, 80123 Naples, Italy. 

The acquisition and the elaboration of images are 
assuming an important role in the evolution of the 
medical diagnosis. An image elaboration system 
needs to store a great number of information in a 
short time. 

l^p to now, this job is performed by a minicomputer- 
size system. The technological progress of the fast 
electronic and the improvement of the operative sys- 
tem allow the use of microcomputers for this aim. 

Vfe are developing a DSa (Digital Subtraction Angio- 
graphy) system based on personal computer PC AT 
with an image board subsystem. Digitized 512x512x8 
bit images from an external souvce are stored on 
mtiin TPemorv, at 1 image/sec. rate and a subtraction 
is obtained in about 30 seconds. 

Considering the price and the performance, the sys- 
tem is useful in the routine work of the neuro and 
angioradiology lab. 
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3D*REC0NSIRUCTI0N OF A WHOLE HEART 
USING MRI DATA, KUWAHARA*, Osaka 
Sangyo University, 3-1-1, Nakagalto, 
Daito-shl, Osaka 57 A, Japan, and S» 
Elho, Automation Research Laboratory, 
Kyoto University 



The gated MRI method gives us several sets of 
cross sectional Images on transverse, coronal 
and sagittal planes of a .heart In a cardiac 
cycle* In this paper, we propose a method of 
reconstructing 3D shapes of each part of the 
heart, l»e», left ventricle, left atrium, 
right ventricle, right atrium, aorta and 
pulmonary artery. In a voxel space using 
three pairs of the above cross sectional 
Images taken at the same cardiac phase: two 
transverse, two coronal and two sagittal 
Images. We also can observe the 3D heart 
composed putting together these six parts 
superimposing on the original cross sectional 
images* 



BE22-B.2 

Three-Dimensional Processing of Microscopic 
Images, A. Takahashi* and 1. Nemoto, Tokyo 
Denki University, Hatoyama,Saitama, Japan 

In the conventional light microscopy, images of out-of 
focus regions of the object blur the image of the in-focus 

Elane. We have been investigating methods to get 
igher resolution in the optical axis of the microscope 
by processing images of an object obtained with various 
distances between the objective lens and the object. We 
have employed the assumption of linearity for image 
formation and used the parameters of the lens to 
estimate the transfer function of the optical systeni. 
Firstly, under the assumption of incoherent illumi- 
nation, the inverse problem was solved by essentially 
applying the inverse of the image formation matrix to 
the observed images of a cell containing magnetic 
particles. The results show considerable improvement 
in three-dimensional resolution. The other method 
used in this study, which is based on the recently 
proposed model of three-dimensional image formation, 
does not require the assumption of incoherent illumi- 
nation. We have been investigating the possibility of 
vxtilizing this method to improve the three-dimensional 
quality of phase-contrast micro-scopy. We have shown 
that this three-dimensional theory can be derived from 
the wellknown two-dimensional image formation. 
Based on the theoretical work, we are studying the 
image formation and recovery in the phase-contrast 
micicscopy by simulation and by using a simple 
Sample. 



BE22-B.3 

Processing of "in-vivo light microscopy" images 
to model arterial thrombosis. 

Marc Nyssen;Erik BlockeeU Rene Bourgain 

Medical Infonnatics Dept. Vrijc Universiteit Bnissel 
B-1090Jette, Belgium 

To make reproducible and accurate measurements of the forma- 
tion and evolution of arterial thrombi during in-vivo experiments 
with small laboratory animals, a measurement and processing 
chain has been set up. Light transmission is used to observe the 
small (.3 mm) arteries, without disturbing the processes 
involved. The transmission microscope images, captured by a 
chalnicon camera, are digitized in real-time by a special proces- 
sor, connected to the local UNIX network. 
Unfortunately, blood is a highly scattering medium for light in 
the visible wavelengths used ( " 700nm ), so that the interpreta- 
tion of the raw images is not straightforward, 
A model for the light transmission through flowing blood was 
realized and tested. This model takes into account multiple 
scattering and the geometry of all factors involved, except 
second order effects, due to flow disturbance by the presence of 
the thrombus itself. 

The impressive amount of numeric processing, necessary to 
apply the model, is handled by the network cf UNIX worksta- 
tions, which also provide all utilities to visualize the results in 
different fomials: as functional images, as graphs or in numeric 
formats. 



BE22-B.4 

Thermal Image Enhancement by His- 
togram Specification, Dong-Ho Lee* 
and J. A. Pearce, The University 
of Texas at Austin, Dept. of Elec- 
trical and Computer Engineering, 
Austin, Texas 78712 

Thermal imagery is typically of low cont- 
rast since thermal gradients encountered 
m biological studies are quite subtle. 
It IS difficult to find targets in a ther- 
mal image. Contrast enhancement by histo- 
gram modification has been studied. 
Histogram equalization is commonly used 
as a method for enhancing images. However, 
the image resulting from this transforma- 
tion IS frequently so distorted that land- 
mark identification is not made easier. 
We have investigated more general trans- 
formations to obtain specified output his- 
tograms • 

One-to-one histogram mapping schemes were 
compared including a s ingle ramp and dual 
ramps with differing slopes and intercepts. 
Examples are shown which illustrate what 
results are obtained <^rom such transforma- 
tions . 



O 1988 World Congress on Medical Physics and Biome^cS Engineering • San Antonio, Texas 393 

ERIC 



Biomedical Engineering Scientific Papers 



BE22-B.5 

Computer-Assisted Delineation of Vascular 
Patterns in Thermographic Images 

E. K. Y. Chan* and J. A. Pearce 
Biomedical Engineering Program 
The University of Texas at Austin 

Abnormal vascular patterns revealed by thermography 
may be indicative of an underlying pathology. The goal of 
this study was to identify and delineate vascular patterns 
in thermograms of human limbs by using various edge 
detection strategies. This would aid in the non-invasive 
diagnosis of occlusive diseases such as vasoconstrictive 
Raynaud's Disease. The same methodology may be used in 
the delineation of breast vascular patterns for cancer 
prescreening. In this study, human forearms were 
precooled by the application of ice. This created a larger 
temperature gradient between the skin surface and the 
regions of the skin located over major vessels. 
Precooiing was followed by a period of ten minutes for 
thermal equilibration before data acquisition. The initial 
thermal images were prefiltered v;ith a 9 X 9 square 
median filtering scheme, so as to improve the 
performance of both thresholding and zero-crossing edge 
detectors. Various edge detection templates were then 
convolved with the filtered images. Results indicated a 
trade-off between noise reduction and the retention of 
edge information. The boundary detection method by Frei 
and Chen gave the most reproducible results. 



BE22-B.6 

Microwave Active Imaging for Biomedical 
Applications, G.GABORIAUO, J.C. ROSENWALDf 
J:Ch. BOLOMEY*,P. BERTHAUD**. 
Institut Curie, 75u05 Paris, 

StTmh^'^^^^^^'' "^"^ Moulon, 91190 GIF-sur-Yvette 
iJAilMO, Plateau du Moulon, 91190 GIF/sur/Yvette 

A planar microwave camera op'erating at 2.45 
GHz has been realized for rapid imaging of 
biological structures. Images can be formed by 
analysing the transmitted or the reflected 
wave. With multiview proceedings, tomographic 
reconstruction can be achieved. 
Microwave images are related to the dielectric 
properties of tissues and,hence, to any physi- 
cal or physiological factor whose these 
properties depend( temperature, water content, 
blood flow,...) ' 

Priliminary devoted to non-invasive thermal 
control during hyperthermia treatments, the use 
or the camera is now extended to situations 
exhibiting higher contrasts: water lung content 
(ponitoring, oedema diagnostic of excessive 
irradiated patients, or organs defreezing 
control, constitute some representative cases 
whose preliminary results will be presented. 



BE23-A.1 

Acupuncture Energies: A Somewhat Medical 
Model; Josej^ M. Helms; M.D., American 
Acadeniy of Medical Acupuncture. 

The presentation of the Classical Acupuncture 
conceptualization of Energy Circulation Networks 
and then to develop a gross anatomical model of 
electroionic circulation consistent with the 
classical information. It will illustrate how the 
different levels of the acupuncture networks are 
manipulated with needles to treat various 
disorders, and how one can understand the 
therapeutic input in light of the anatccnical 
model* 

The hybrid paradi^n allows an explanation of 
the iit^aact of the needle-as-electrode on the 
electrical and electroionic system of the body, 
and an academically canfortable organization of 
aci^uncture theoretical and clinical infonnation. 
It will serve well as the classical reference for 
the more neurophysiological presentations. 



BE23-A.2 

Acupuncture Stimulation of Endogenous Opioids 
and the Effects on the Immune System, 
C.C. Moss: M.D., La Jolla CA. 

Acupuncture research in the West has focused 
primarily on pain therapy. The Chinese literature 
has suggested far reaching effects on the immune 
system using acupuncture. In a review of the 
English literature, two studies exist that show 
enhancement of cehl mediated immunity with 
acupuncture therapy. A large number of studies 
have shown that acupuncture stimulates endogenous 
opioid production in the CSF and blood. An 
equally impressive body of research shows that the 
opioids have far reaching in-vivo and in-vitro 
effects on the immune system. 

This revies is to suggest that the effects of 
acupuncture on the immune system could be of great 
clinical benefit through the manipulation of the 
endorphin system and that further resarch in 
this area should be undertaken. 
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BE23-A»3 

lEIJECISO-^^JMMSXJS3^ (EA) INKU^lAZ FCR 

mxxsmjs OPIOID racn.TroigRY m) maEsnxm 

mWiS D.J, Mayer: D^» of Riysiology, 
Medical College of Virginia Richmond, VA 23298. 

£A has been shc^ to increase pain thresholds 
in many ^jecies including man. Our laboratory 
has been involved in investigating tte role of 
endogenous opiates in this form of analgesia in 
man and rats. 

In man, we have challenged the analgesia 
produced by EA with the nartxtic antagonist, 
naloxone. We found that naloxone alioost 
completely antagonizes the inczeased pain 
threshold. 

Ism frequency EA analgesia in rats has been 
thoui^t to be mediated by endogenous opioids 
^-^^scause raloxone antagonized 2 Hz EA analgesia 
partially reversed 2-15 Hz EA aralgesia (1 
anu 20 mg/3<g re^)ectively, Han et al. Acta 
t1ivs,ol > Sinica 38X51:475 1986) • Vfe ccaxiucted 
e2q)eriments with mentoers of Han's laboratory in 
the U.S. and in their laboratory in China using 
the exact methods of Han et al. In no experi- 
ment was c^iate antagonist reversal or reduction 
of EA observed. Rather, we found N^oxone 
potentiated analgesia in most es^Deriments. 
Additional studies have elucidated the neural 
circuitry involved in this <^iate anti-analgesia 
system. These results will be corpared to the 
neural circuitry involved in other forms of 
analgesia. Si:^:ported by H.H.S. award DA 0C576 



BE23-B.1 

Acupuncture: A Neuromodulation Technique 
For Pain Control, Lorenz K.Y. Hg* 
Washington DC 

Multiple analgesic systems, opioid and non- 
opioid, are known to exist within the brain and 
spinal cord. The fact that these systems can be 
activated by sensory afferent stimulation is the 
basis for various neuromodulation techniques of 
pain control. Acupunc .ure merits consideration 
as a form of neuromodulation since its effects 
are produced by afferent sensory stimulation. 
Acupuncture analgesia results from interactions 
at different levels of the CNS between nerve 
impulses arising at the origin of pain and 
afferent impulses from the stimulation site. 
Evidence will be reviewed tQ show that acupunct- 
ure stimulation activates certain somatosensory 
pathways, including central neurohumoral and 
endorphinergic systems which play a role in 
modulating nociceptive impulses in the CNS. 

Neuromodula«:ion techniques play an increasing 
role in the trja*:ment of chronic pain. As more 
knowledge is gained about peripheral control of 
the central nervous processes, it is likely that 
acupuncture vill gain greater acceptance and 
importance in treating pain of different 
etiologies. 



BE23-B.2 

Quantification of Passive Acupuncture Points 
for the Prognosis in Pain Management, H. C. 
Dung? Dept. of Cellular & Structural Biology, 
University of Texas Health Science Center at 
San Antonio, San Antonio, Texas. 

A na^or impediioent in pain inanageicBnt is the 
availability of a reliable and objective method 
for an accurate and convenient roeasurem^t of 
pain in our body. Existence of passive 
aci:5Juncture points has been used as a tool for a 
routine quantification of pain. A passive 
acupuncture point (PAP) is clinically defined as a 
tender area v^ich can be detected relatively easy 
on the skin surface by finger-tip pressure f less 
than two kilograms. The appearance of PAP is 
known to follow a fairly predictable sequence. 
Thus, it is possible to mathematically quantitate 
the numbers of PAP in the entire body surface. 
The number of PAP is then used linearly to express 
the degree of pain. A higher degree to pain due 
to more numbers of PAP denotes a bigger quantity 
of pain, and vice versa. There are various 
factors that determine the number of PAP in a 
patient suffering from pain. Two of the most 
iirportant factors are the type of diseases and 
duration of injuries. In general, the 
manageability of a pain condition decreases as the 
degree of pain increases. Such clinical 
manifestation provides a useful criterion to 
predict the outcome in using aci^wncture as a 
therapeutic modality in managing pein conditions. 
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BE23-B.3 

The Effectiveness of Aci^juncture in Managing 
Pain* Josej*! M. Helrt^r American Acadetny of 
Medical Acu^xmcture. 

The effectiveness of aci^junctiire in managing the 
pain of primary dysmenorrhea was investigated in a 
randomized and controlled prospective clinical 
study* Forty-three wcroen were followed for one 
year in one of four gKx;5)s; tte Real Act^xancture 
groi^ was given apprc^riate aci^wncture and the 
Placebo Acupuncture group was givei? random point 
acupuncture on a weekly basis for three menstrual 
cycles; the Standard Control grot?) was followed 
without medical or aci^juncture intervention; the 
Visitation Control groi^ had monthly 
nonaci^xmcture visits with the project j^ysician 
for three cycles. In the Real Act^uncture grovp, 
10 or 11 (90.9%) women showed inprovement; in the 
Placebo Acuf«ncture group^ 4 of 11 (36.4%); in the 
Standard Control group, 2 of n <18.2%); and in 
the Visitation Control groi^) 1 of 10 (10%). There 
was a 41% reduction of analgesic medication used 
the women in the Real Acupuncture groi^ after 
their treatment series, and no change or jjicreased 
use of medication seen in the other groups. 



BE23-B.5 

Stress of Electric Stimulation in Veterinary 
Acupuncture. Y-C Hwang? School of Veterinary 
Msdzcine Tuskegee University, Tuskegee, Al 
36088, USA. 

Veterinary electroaci:^)uncture (EA may be 
stressful to the animals, because of its manual 
restraint, needling, and electric stiirailation 
which are well known stressors. To evaluate 
stress of EA in the aniirals, the following 2 
studies were conducted. Plasma Cortisol 
concentrations (PCC) of 24 Nubian milking goats 
were measured before, during and after EA, sham 
EA, or restraint alone. Mean PCC during and just 
after tennination of the treatment was 
significantly higher in the EA treated goats 
(53.6+22.0; 31.4+18.1 ng/ml) than in the goats 
with restraint only (32.6+lo.5; 17.4+9.0 ng/ml). 
Another groi^ of 8 goats were treated with 
identical EA. Their cardiovascular and 
nocic^ive responses were ccwpared before and 
during EA. The results showed very little changes 
in the cardiovascular parameters. Although signs 
of stress were noticed during handling and at the 
beginning of electric stiirulation. Animals were 
characterized by drowsiness during EA, and their 
nociceptive threshold were significantly elevated. 
The process of EA, therefore, may not be excessive 
stressor to the animals. The highly elevatrxi PCC 
of EA treated goats might be due to concocnitant 
release of ACTH and beta-endorj^in from the 
hypo^^ysis. 



BE23-B.4 

Clinical Observations of Using "Lo-Tzu" in 
the Treatment of Chronic Tension Headache. 
Jong-Rem Chen*, HaimHling Sheu'^*, 
Chung-Chieng WU***, and Jia-Show Liu#. 
Dept. of Internal Medicxne*, Dermatology**, 
Nuclear Medicine***, and Neurology*, 
Kaohsiung Medical College, Kaohsiung, Taiwan, 

Ircportance of a classic method of acupunc- 
ture, "Lo-Tzu" ( intermeridian puncture), for Jie 
treatment of chronic tension headache has received 
more attention recently. Patients suffered from 
such headache have tendency to display so-called 
"Shuieh Lo" (blood interraeridian) . "Lo-Tzu" at 
"Shuieh Lo is found to produce substantial benefit 
in relieving the headache. Skin biopsy showed 
that "Shuieh-Lo" used for "Lo-Tzu" turns out to be 
an alOTormally enlarged and dilated venule. Veno- 
scintgraE^y of lower limbs with "Shuieh Lo" all 
show functional stenosis or occlxasion of deep 
vein. Chronic tension headache may be considered 
as a predisposed factor for the formation of 
"Shuieh Lo" in the lower limb. It is speculated 
that the formation of "Shuieh Lo" increase muscle 
spasm in the neck and head regions, and the muscle 
spasm, in turn, creates more frequent severe head- 
ache. It is believed that the autonomic nerve 
system plays a role in mediating six:h a mechanism 
of interaction reflex. By puncturing the "Shuieh 
Ld" as in the procedure of "Lo Tzu", the viscious 
cycle of this interaction reflex may be interrup- 
ted, and thus the headache suffering will be 
improved. 



BE23-B.6 

Laser Aci^wncture for the Treatment of 
Chronic Back Pain in Horses. B.B. Martin*, A.M. 
Klide University of Pennsylvania, School of 
Veterinary Medicine, Philadelphia, PA 19104 

Fifteen horses with chronic back pain from 4 
months to 48 months, who could not perform at an 
acceptable level, who did not obtain lasting 
irrprovement from other treatments were treated by 
using a low-powered infrared laser (300 
microwatts) (904 nM). The laser was used to 
stimulate 9 aci^wncture points. Treatments were 
performed weekly. The treatments were performed 
for 2 minutes per point. The pulse frequency used 
was 360 pulses per second. After coirpletion of a 
mean of 11.9 treatments, performance was improved 
in 11 of 14 horses, 4 of 11 won races, 1 was lost 
to follow-i^ and there was no improvement in 3 
horses. 
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Effect of Low and High Frequency TENS on 
Provoked Hypertension, P.J. Pontinen* and 
M.A.K. Mattila, Acupuncture Research 
Project, Kuopio University, SF-70211 Kuopio, 
Finland 

The analgetic effects of both low and high 
frequency TENS have been well documented. The 
circulatory effects of TENS have remained in a 
more controversial stage inspite of sane 
well-conducted studies showing positive responses 
in perijAieral circulatory disturbances as well as 
in coronary artery disease. We have studied the 
circulatory effects of TENS during provoked 
hypertension in nomal healthy adults and in 
potent hypertensives. Hypertension was induced by 
a sin¥)le hand dynamorneter ( Vigor imeter ) . The 
subjects coropressed a rubber ball 4 minutes with 
1/3 of their maximal crasping force. Systolic and 
diastolic pressures and pulse rate were taken at 
one minute intervals from the opposite hand. TENS 
(Cefar) was then given for 30 minutes either with 
2 Hz or 100 Hz frequencies, electrodes placed on 
both sides of upper thoracic spine and the 

corrpression of the rubber ball repeated as above. 

The results after 2 and 100 Hz TENS were con^ared 
with the control values using Student t-test. 



BE23-C.1 

Electrical and Acupunctural Stimu- 
lation Therapies for Pain Control: 
Past Achievements and New Direc- 
tions^ C. Richard Chapman*, Depart- 
ment of Anesthesiology, University 
of Washington, Seattle, Washington 



Transcutaneous electrical stimulation and 
acupuncture are counter-irritational 
therapies for pain control which are 
thought to involve central nervous system 
mechanisms. The precise nature of these 
effects is a hotly debated issue. It is 
clear , however, that physical stimula- 
tion, like pharmacological stimulation, 
can be used as prophylaxis against pain 
in certain medical settings, to modulate 
acute clinical pain, and to help control 
chronic pain. This presentation will 
critically review the state of knowledge 
in this area, consider possible mecha- 
nisms of effect, and highlight recent 
findings. Specific examples involving 
human laboratory research will be pro- 
vided. Problems in research strategy in 
past research will be reviewed and 
suggested priorities for future research 
will be offered. 



BE23-C.2 

Analgesia from acupuncture in rats and a new 
TENS device m humans. B.Poroeranz! Depts 
Zoology & Physiology, University of Toronto, 
Toronto, M5S1A1, Canada. 

We studied spina.l cord endorphins in 
electroacupunture (EA) analgesia in rats, using 
low frequency /high intensity EA. In addition we 
developed a transcutaneous electrical nerve 
stimulation (TENS) device to deliver act^xincture 
like TENS (AL-TENS) using similar parameters (low 
frequency/high intensity), with antihabituation 
features. We tested this AL-TENS device against 
conventional EA in patients with chronic pain. 
Rats were anesthetized with continuous infusion of 
pentobarbital. Low frequency (4 Hz) high 
intensity (25x threshold) EA was applied for 15 
min via needles to LI 4 in order to suppress ta^l 
flick reflexes elicited by radiant heat. 
Naltrexone (endorphin antagonist) applied to 
spinal cord via an intrathecal cannula, prevented 
EA analgesia. In the human study, patients with 
chronic pain (N=171) were randomly assigned to one 
of 2 groups: one receiving AL-TENS treatments 
twice a week for 6 wks, the other receiving EA 
(with needles) . In the short term AL-TENS was as 
good as EA, but in long term followtqos AL-TENS 
outperformed EA, AL-TENS produces superior 
analgesia because it delivers low frequency /high 
intensity codes and has antihabituation features 
which overcomes suppression of monotonous 
stimulation. i 



Raticnal Use of Transcotaneous Electrical 
Stimilaticn for Vedn OcBitrol, D* M. long*^ 
Baltinore, Maryland, USA 

Transcutaneous electrical stinulation (TENS) in its 
irodem form was introduced to medicine in 1970. 
Broadly based Hiase II trials suggested efficacy in 
pain control beyond the placebo response. 
Controlled studies identified subgroi^js for which 
the effect was greateir, acute nBHSCuloskeletal pain, 
pain of peripheral nerve injiary origin, and post- 
operative pain were all shewn to be benefited in a 
hi^ percentage. TENS is new standard therapy for 
many kinds of pain. 

Rational use requires 1) a kncwn diagnosis of a 
problem likely to respond, a ccnplaint of pain 
means many things and is not an indication for TENS 
alone; 2) a canmitted therapist willing to educate 
the patient; 3) a patient with the capacity ani the 
interest in spending the time to learn the use of 
the device; 4) a ccctpetently made reliable device 
with all the necessary software and 5) adequate 
si^^port to maintain the use of the device 
long-term. 

Mechanisms of action are still urikncwn. 
Possibilities include blockade of pain thrcu^ 
activation of non-pain carrying sensory systems, 
activation of descending pain sij^jpressicn systems, 
production of endogenous pain blocking neuro- 
transmitters, and peripheral blockade of injured 
/nerves. None are proven. 



O 1988 World Congress on Medical Physics and Biomedical Engineering <> San Antonio, Texas 397 

ERIC 



Biomedical Englneerins Scientiflc Papers 



BE23-C.4 

Parameter selection in transcutaneous electrical 
nerve stimulation - experimental and clinical re- 
sults. Bengt H. Sjblundt The Pain Clinic, Depart- 
ment of Anaesthesiology, University of Lund, 
Malmo^ Sweden. 

With transcutaneous electrical nerve stimulation, 
many different afferent and efferent fibre systems 
may be activated transcutaneously. In theory, any 
biological mechanism that is influenced by afferent 
and/or efferent nervous activity may then be acti- 
vat'^d or inhibited. This is illustrated by recent 
reports not only of pain treatment but of the 
successful treatment of ulcus cruris with this 
technique. 

To optimize the pain control from TENS we have 
system&cically studied which stimulation para- 
meters give the most pronounced suppression of C- 
fibre mediated nociceptive transmission in experi- 
mental animals and of clinical pain in man. Our 
previous results are supported in that several 
mechanisms seem to operate, each activated by spe- 
cifif afferents at specific stimulation frequen- 
ces. 



BE23-D.1 

A Review of Transcranial Electrotherapy Stimula- 
tion Technicmes , Mechanisms and Application , R. 
Smith? Private Research and FDA Consultant, Wash- 
ton, D.C. 



The two major types of CES stimulators will be 
discussed, as will the two major modes of entrance 
into the brain of the electric current, currently 
postulated by manufacturers and clinicians. Find- 
ings from the literature will be cited. 
The neuronal mechanisms via which CES exerts its 
enfluence will be discussed, along with clinical 
findings which support current neurchormonal 
theories of action. The routs of application of 
CES currents will also be given for the various 
devices currently being utilized or researched. 
A short history of the use of CES in the world and 
in America will be described, plus current U.S. 
Government position on its use, and certain clin- 
ical constraints that have limited its popularity 
among members of the medical profession in the 
U.S. 



BE23-D*2 

Effects of Transcranial Electrical 
Stimulation Upon Neurochemicals. 
C. Norman Shealy? Roger K. Cady, 
Robert G. Wilkie, and Richard Cox, 
Shealy Institute, 3525 S. National 
Springfield, MO 65807. 

Using a specific type of electrical 
stimulator, of which the output is 
approximately 49% below 1,000 Hz and 51% 
is 10,000 to 20,000 Hz, we have measured 
a variety of neurochemicals. Significant 
abnormalities have been found m chronic 
pain patients in serotonin, norepi- 
nephrine, beta endorphins, and cholines- 
terase. Following transcranial elec- 
trical neurostimtilation done daily for 40 
minutes over a 2 week period, these 
neurochemicals often are normalized. The 
data in over 100 patients will be 
presented. Relationship between chemi- 
cals, that is ndrepinephrine/beta 
endorphin, etc. may be more important 
than absolute values. 
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BE23-D.3 

TRANSCRANIAL ELECTROSTIMULATION (TCET) REDUCES PAIN 
SENSITIVITY AND OPIATE ABSTINENCE SIGNS. 
J.R. Lake*, D. Brubaker, J.B. Murray, G.P. Crucian, 
R.E. Cook, and D.H. Mai in. University of Houston - 
Clear Lake, Houston, tx 77058, USA. 

These experiments studied the effects of extremely 
small pulsed currents applied bilaterally to low im- 
pedance points on the ear, through gold-plated stain 
less steel electrodes in series with 200 k ohm. The 
optimal amplitude for inducing analgesia was 10 mA, 
far below the flinch/startle threshold of 25-30 mA. 

Sixty rats received 30 min. of either sham stimu- 
lation or 10 Hz, 10 mA, 2 msec biphasic charge-bal- 
anced rectangular pulses. Rats were injected s.c. 
with 3 mg/kg naloxone or with saline aind were testefl 
"blind" for pain sensitivity (50^C wet tail flick) 
before and after stimulation. TCET significantly in- 
creased tail flick latency, p<.01, in saline- 
injected rats, but not in naloxone-in jected rats. 

Since TCET appears to have endogenous opioid ef- 
fects, it might modulate opiate abstinence syndrome. 
Rats were infused s.c. for 7 days with 0.9 mg/kg/hr 
morphine sulfate via Alzet osmotic minipump. A day 
after pump r^'-noval, rats received either TCET or 
sham treatment and were then observed "blind" for 
15 min. for abstinence signs. TCET-treated rats 
showed significantly fewer signs than sham controls, 
p<.005. However, TCET had no effect in rats receiv- 
ing 3 mgAg naloxone. Further experiments deter- 
mined optimal pulse width and optimal stimulus 
pauses for relieving abstinence. TCET also signfi- 
cantly reduced the milder abstinence syndrome 
following 0.5 mg/kg/hr morphine infusion. 
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BE23-D.4 " 

Psychotherapeutic Effect of 
ElectrostiiTulation to the Cutaneous Branches 
of the 10th Cranial Nerve: Y.T. Kusumi^ M.O. 
Raleigh, North Carolina, U.S.A. 

The author will present the psychotherapeutic 
effect of microelectric stirrulation (MES) of the 
cutaneous branches of the 10th cranial nerve. 
Cbirpared to the traditional electroconvulsive 
therapy (ECT) , MES is uncorrparably safe and does 
not produce negative CNS effects, such as amnesia, 
or other fiiysical carpi icat ions, such as bone 
fractures or cardiac aurrhyti^tdas. The author will 
discuss the indications of MES, the technical 
aspects of MES, and other issues associated with 
this therapy. 



BE23-D.5 

Clinical Tests of Electrostimulation In 
Belief of Chronic Pain and Smoking 
Cessation, M. SkolnicJ# M. Blacker, L. 
Skolnick, J. Langone, S. Sands 
and D. Smith 



Transcranial Electrostimulation Therapy 
(TCET) has been clinically investigated 
to determine if the stimulus' observed effect 
on neurotransmitters assisted subjects' 
nicotine detoxification and withdrawal and 
provided analgesic relief of chronic pain. 
Both studies utilized double blind designs 
and objective end points. Smoking cessation 
was defined by decreases in subjects' repor- 
ted cigarette usage, craving, withdrawal 
symptoms and salivary cotinine (a nicotine 
metabolite). Analgesic relief of chronic 
pain was indicated by the increase of pre- to 
post-treatment subject muskulo-skeletal per- 
formance measured by a computerized iso-kine- 
tic exercise device (Kin-Com). The ability 
to conduct double blind trials stems from 
refinement of the electrical parameters of 
the TCET waveform to induce significant ef- 
fects even though current and voltage are 
below the sensory level. These study results 
are consistent with clinical EEG findings 
using the same electrical parameters to 
induce relaxation responses in subjects. 



BE23-D.6 

TRANSCRANIAL ELECTROSTIMULATION PROMOTES 
DROWSINESS IN HUMANS. S. Sands, F.C. Schweitzerf 
M. Skolnick; Univ. of Texas, Grad. Sch. of Biomed. 
Scie., Houston, Texas 77030. 

During the course of a large clinical 
trial of low-current transcranial electro- 
stimulation treatment (TCET) in humans, it has 
been noted that treated subjects appear to be more 
likely to sleep than their untreated sham counter- 
parts. Consequently, we recorded EEG topographic 
maps from 17 subjects (14 males and 3 females, 
mean age 32) during the administration of 3 levels 
of TCET (0, 20, and 30uA) while they rested 
comfortably with their eyes closed. Each subject 
received 44 minutes of TECT applied transcranially 
through small stainless steel electrodes applied 
to the earlobes. EEG segrrients were obtained 
during a 3-second pause between continuous trains 
of positive 2 msec biphasic charge-balanced rect- 
angular pulses delivered at 10 Hz. EEG spectra 
were computed for 30 electrode scalp locations and 
mean frequency (MF) computed at one-minute 
intervals spaced across the recording session. 

The results confirmed our observations 
of increased drowsiness with the application of 
TCET. A current versus MF relationship was 
observed with the largest response at 20uA. The 
twenty uA's showed a significant (p<.01) decrease 
in mean frequency when compared to each subject's 
Sham (0 uA) session. 



BE23-E.1 

A Legislative And Medical Applicability 
Review of Acupuncture, Charles R. Neblett, 
M.D.*, 6560 Fannin, Houston, Texas. 



Acupuncture — how is it viewed by "organized 
medicine"? Medical doctors possess vastly vary- 
ing views concerning its applicability for pa- 
tient care. When biases are placed aside, the 
medical community must ask whether acupuncture 
can fairly be critiqued and judged by the usual 
strict standards of scientific investigation. Is 
there sufficient data to justify its utilization? 
Should a different standard be applied to assess 
the potential of acupuncture? 

Organized medicine has estaboished Its position 
in the legislative arena. What acupuncturists 
desire and what medicine recommends is much less 
variable. These views will be reviewed. 
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BE23-E.2 

Regulation and Control of Electro- 
stimulation Devices by the FDA 

Michael ColeJ J.D. , Washington DC 

The passage of the Medical Dev Amendments 
of 1976 to the Food, Drug and Cosmei:ics Act, and 
changes in the reimbursement formulas applicable 
to Medicare and Medicaid coverage, have had a 
profound effect on the development, testing and 
approval of electronic devices for medical use. 
Tht PDA now has substantial authority tq regulate 
choice of materials, design of circuitry, output 
levels, software programs and any related aspects 
of safety, efficacy and reliability. The FDA can 
also dictate the scope and duration of human tests 
and the quality and quantity of data needed for 
device approval. The Agency can also closely 
regulate advertising and label claims, and restrict 
distribution to classes of physicians and 
technicians. After approval, FDA regulates all 
phases of manufacturing and distribution. The 
Agency has several substantial enforcement mech- 
anisms to ensure compliance, including criminal 
actions, seizures, injunctions and fines. 

The movement to prospective reimbursement can 
cripple product development if amounts paid for 
specific procedures are not sufficient to fully 
cover the costs of using expensive equipment. 

Several case studies will be presented to 
illustrate the discussion of this topic. 



BE23-E.3 

Regulation of Acupuncture Practices in the 
State f Texas, H. C. DungT ty^partitient of 
Cellular and Structural Biolc^, the 
University of Texas Health Science Center at 
San Antonio, San .Antonio, Texas 78284 • 

Though the Texas State Board of Medical 
Exananers assumed responsibiJ ity t regulate 
aci^uncture, and promulgated two separate policy 
statenents with certain differences in the version 
on the practice of acupancture, there is no law of 
statutory power that dictates the use of 
aa^juncture in Texas. Accx)rding to the conclusion 
given by the federal judge in Harris County of the 
State, one of the statements procnulgated by the 
Medical Examiners is "unconstitutional and 
therefore invalid and without force." Such 
decision by this federal-court judge creates an 
effect which, stated boldly, "is to allow 
acupuncture to be practiced in Texas by any 
person, traii^ or not, who calls himself or 
herself an acupuncturist and offers services to 
the public." The consequence is very unfortunate 
and the medical establishments in the State should 
be blamed for parts of the fault and 
responsibility. Acupuncture can be easily 
incorporated into established medical practice. 
However, no established medical ccmnanity or 
institute is willing to accept it, even after 
urging by the Senate Coitcnittee on Health and Human 
Resources, after the conclusion of two public 
hearings on the matter. 



BE2it-A.l 

Microelectronics in Implant Technology, 
M. SchaldachT Zentralinstitut fiir 
Biomedizinische Technik, Universitat 
Erlangen, D-8520 Erlangen, FR of Germany 

The appl'ication of electronics in implanted ther- 
apaii Jc devices requires small size, high opera- 
tional lifetime and extremely high reliability. 
Continued progress in VLSI-technology and new 
materials for packaging devices have led to ;ie 
development of a large variety of medical im- 
plants such as: 

Impulse circuits for cardiac pacemakers, defi- 
brillators and neuro-stimulators; 
DC circuits for bonegrowth and nerve re-genera- 
tion; and, 

control circuits for drug pumps and artificial 
organs. 

A survey of the state of the art for implantable 
microelectronics must include reliability consi- 
derations. Custom LSI and hybrids used in im- 
plantable medical products are affected by a va- 
riety of failure mechanisms. This paper discusses 
the underlying causes and delineates design 
guidelines that minimize their occurence. 
In addition, quality and reliability considera- 
tions are discussed for procurement of compo- 
nents, fabrication, screening, and testing of 
circuits. The paper is concluded with an example 
of the design of a sophisticated dual chamber 
pacemaker to illustrate the steps taken in the 
development of a high reliability hybrid design. 



4 



BE24-A.2 

Miniaturized Chamber-Type Qxyaen Sensors 
for Brain Research, O.J. Prohaska*^, F. Kbhl"*" 
F. Olcavtug , A. Jachimowicz'^, K. Pirker°, 
W. Chu"", M. Patir, J. LaManna^. ^Case 
Western Reserve University, Cleveland 
Ohio 44106, USA; "^Technical University, 
Vienna, A-1040 Vienna, Austria; otto Sensors 
Corporation, A-1030 Vienna? Austria 

A multiple site, ntultiple parameter probe vas deve- 
loped for brain research. Thin-film and solid-state 
techniques were utilized to design miniaturized 
chamber-type oxygen sensors and to ccHiibine than 
with temperature and electrical potential sensors 
on a needle-shaped glass substrate. The sensors are 
arranged at an interdistance of 300 pm. A thin 
silicon nitride insulation layer forms a chamber 
v^ich covers the Au-Ag/AgCl two-electrode electro- 
chemical systems and is filled with extracellular 
saline solution. Holes in the chambers provide the 
contact between the brain tissue and the electrodes 
and define the recording areas. The response time 
of the oxygen sensor depends strongly on the sensor 
design and is in the range between 0.3 sec and 7 
sec. The chamber dimensions are in the range of 
: pm to 3 pm in height, 20 pm to 40 pm in width and 
100 pm to 140 m in length; the holes have diameters 
of 10 pm to 20 pm and the working electrode 
u^ameters are between 6 pm and 20 pm. Good resolu- 
tion, lew noise, lew oxygen consun5>tion and greatly 
reduced interferences between sensor and tissue are 
the main advantages of the chamber desigii. 
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BE24-A.3 

Biosensors Based on Chemically Sensitive ^ 
Field-Effect Transistors, Gary E Blackburn . 
IGEN Incorporated, Rockville, MD 

Chemically sensitive field effect transistors (Chem- 
FET) were first reported in the early 1970's and 
have received considerable attention since that time, 
both in the popular press and in scientific literature. 
Biosensors which employ the ChemFET to delect 
biochemical events on the surface of the transistor 
were envisioned for the measurement of enzyme 
substrate concentrations and for the measurement of 
antigen and antibody concentrations. 
While the development of enzyme-based FET's has 
been relatively successful, the immunochemically- 
sensitive FET (IMFET) has seen little progress. The 
theory upon which the IMFET is founded is based on 
the ability of the FET to measure changes in the net 
charge at the sensor-solution interface, if that 
interface is electrochemically ideally polarizable. 
Experimentally, the theory has proven difficult to 
verify because no material investigated to dale has 
maintained such an ideal polarizability after more 
than a few minutes in solution. Electrochemical 
measurements of the inlerfacial propenies of 
hydrophobic polymers, inert metals, and metals 
coated with organic Langmuir-Blodgett films will be 
discussed. 



BE24-A.4 

Drift-free Blood Nfl+ Monitoring by 
a Semipermeable Membrane and 
an ISFET. T. Tamura*, K . 
Suematsu and T. Togawa, Tokyo 
Med. & Dent. Univ. Tokyo 101 
Japan 

An on-line system for continuous monitoring 
of blood Na+ based on indirect measurement 
was developed. An intermediate solution in 
contact with blood via a semipermeable 
membrane was used and its Na+ concentration 
was adjusted by a servo control system so 
that it has the same Na+ concentration as that 
of blood. The Na+ concentration of the 
intermediate solution was measured with a 
Na-ISFET because of its fast response and 
small size. The Na+ concentration obtained 
with the monitoring system was compared 
with that obtained by the ion analyzer. The 
response time to a step change of the system 
was about 5 min. In long-term monitoring, 
the error was within 2 mmolll. The stability 
of this system does not rely upon that of the 
sensor. Besides this, due to the use of the 
semipermeable membrane, it can operate 
without blood loss and b^Jod contamination. 



BE24-A,5 

A Dynamic Model for Transcutaneous Oxygen 
Tension Measurement 
A. Talbot-Pedersen*, M. Neuman and 
G. M* Saidel 



A dynamic model of oxygen transport 
through the outer skin layers and a 
polarographic sensor was developed to 
understand the factors that determine the 
relationship between tcP02 and arterial 
oxygen tension. The model includes the 
electrolyte, contact fluid, membrane, dead 
and viable epidermis, capillary loop and 
tissue of the papillary dermis. 
Simulations show the importance of stratum 
papillare blood flow, viable epidermis and 
stratum papillare metabolic oxygen 
consumption, oxygen permeability of the 
skin related to that of the sensor 
membrane and electrolyte, temperature and 
the oxyhemoglobin dissociation curve in 
determining the tcP02. Simulations were 
found to be consistent with clinical data 
from ten healthy adults; however, the 
iitportance of having an independent and an 
accurate method for determination of skin 
perfusion was demonstrated. The model 
showed that estimation of the metabolic 
oxygen consumption of the viable 
superficial skin tissue is only possible 
if the oxygen permeabilities of the skin 
and sensor are accurately known. 



Fmer-Optic Chemical Sensor Deoelopment, 

lohn I. Peterson.* Biomedical Engineering 
and Instrumentation Branch. Division of 
Research Services. National Institutes of 
Health, Beihesda MD 



A general overview of the principles of fiber optic 
chemical sensors will be presented, wiih some 
historical background. The emphasis of the 
discussion will be on the current trends m 
development and the approaches that are being 
taken for sensor construction. 

An attempt will be made to compare the 
advantages and disadvantages of fiber optic 
sensors relative to electrodes. 

In addition, a brief description of my current 
oxygen sensor instrumentation and its application 
will be given. 
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BE24-B.2 

An lntAava4>caZaA oxygzn 4>zmo/l with a 
blocompatlbZz dl^a^^lon m^mbAanZ, 
M. Martin*/ Yaraakoshi, A. Luthra, 
R» Wolton and P.Rolfe/ University* of 
Oxford, U»K* 

A catheter-type oxygen sensor that can be 
dip-coated with various polymer based 
diffusion membranes has been developed. 
Electrochemical techniques, such as potent- 
ial seep and time response experiments 
have been utilised to assess diffusion 
membrane characteristics of a number of 
membranes, both modified and unmodified by 
haemocomoatible coatings. Scanning Electron 
Microscopy has been used to assess the 
morphology of the same membrane electodes. 
In vitro and in vivo assessment on sub- 
sequent catheter sensors which employ a 
polyurethane membrane has been carried out. 
In vivo studies show linear correlation 
with a commercial blood gas analyser over 
the physiological range of oxygen tensions. 
Catheter oxygen sensors so fabricated may 
be used continuously in vivo over a 24 
hour period without any appreciable loss 
of signal. Response times of 15-20s 
in vitro and 40- 50s in vivo have been 
obtained. 



BE24-B.3 

Development of Fiber Optic Oxygen and Glucose 
Sensors, R,V. Shah*, S.C. Margcnim and M.N. Gold. 
Crump Institute for Medical Engineering, UCLA, Los 
Angeles, CA. 

The phenomenon of fluorescence quenching was used to design 
and fabricate fiber optic sensors sensitive to oxygen and glucose 
concentrations. The prototype oxygen sencor was fabricated by 
coaxially grafting a hydrogel, poly(2-hydroxvtthylmethacrylate) 
(PHEMA). containing a fluorescent dye, P.lO-diphwYlanthracene 
(9,10-D), to fused silica optical fibers. Grafting was doiic through 
the use of silane coupling agents. The resulting sensor was 
sensitive to solution oxygen concentrations due to oxygen 
quenching of 9,10-D fluorescence. Dye fluorescence was quenched 
20% when the scnsot went from an oxygen-free to an oxygen- 
saturated environment. Transient response times of the sensor werc 
reduced when the PHEMA graft thickness was reduced. Modeling 
of the transient data gave a diffusion coefticient of oxygen in 
PHEMA of 2.15*10-6 cmVsec. Incorporation of an enzymatic 
reaction which consumes or produces oxygen through redox 
catalysis within the oxygen sensing phase makes feasible the 
development of sensors specific for the enzyme substrate. Wc 
incorporated glucose oxidase into the PHEMA/9,10-D matrix in 
order to develop a sensor for glucose. Glucose oxidase catalyzes 
the reaction between glucose and oxygen. In the pixjsence of 
glucose, the matrix oxygen concentration is lowered, resulting in an 
increased fluorescent signal, the increase being proportional to the 
concentration of glucose. It was determined that sensors could be 
made to measure glucose in the physiological range when the 
Tliicle Moduli were between 6 and 25 (under conditions wherxj 
gluco?/*. concentrations » oxygen concentrations). 



BE24-B.4 

A Transqutaneous Monitoring of Blood Glucose by 
Suction Effusion Fluid and Ion Sensitive Field 
Effect Transistor Glucose-Sensors, 
M- Kikuehi*, T- Arai, S. Kayashima, N- Negishi, 
0- Takatani, Itoh1, J. Kimural, 
H. KuriyamaT, and A. Kaneyoshi^, National 
Defense Medical College, Saitama, Japan. ''nEC 
Corporation, Kanagawa, Japan. 

A transqutaneous monitoring of blood glucose 
without blood sampling is successfully demon- 
strated. A suction effusion fluid which is 
obtained trans eutaneously from skin surface by 
suction is employed as a sample material. This 
fluid contains glucose and non protein nitrogens 
in same concentration comparing with blood. Sineo 
a effusion rate of the suction effusion fluid is 
only 0.iiul/min/em2(skin), we use micro ISFET 
glucose-sensor of which required sample volume is 
5-1 Oul. In animal experiment, adult-white-rabbit 
skin eliminated stratum eorneum is used. By 
glucose injection via a femoral venus blood 
glucose concentration is changed as step-wise. The 
blood glucose change is mesured both by this 
transqutaneous method and a conventional blood 
glucose analyser simultaneously. The transquta- 
neous monitoring by the suction effusion fluid and 
the ISFET glucose sensor reveal complete detection 
of blood glucose change within 15min delay. The 
authors have also been examined this method to 
clinical oral glucose tolerance test. 

422 



BE24-B.5 

A Thermoelectric Enzyme Sensor for measu ring 
Glucose in Blood . M. Muenibauer^*^. r,ni1hpfii 
and B. Towe, Arizona State University, 
Department of Chemical, Bio, and Materials 
Engineering, Tempe, Arizona, 85287. 

The thermoelectric enzyme sensor is a novel 
calorimetric approach to measuring glucose in 
blood. The sensor consists of a thin film ther- 
nwpile constructed on a thin insulating support, 
rolled and mounted at the tip of a 3-mm diameter 
catheter. It is rendered sensitive to glucose 
by immobilizing the enzyme glucose oxidase over 
the active thermoelectric junctions of the ther- 
mopile. When exposed to glucose in solution, 
the enzyme becomes heated by virtue of the en- 
thalpy change of the enzymatic reaction. A tem- 
perature difference between the active and refer- 
ence junctions of the Sermopile results and a 
glucose-proportional Se beck voltage is induced. 

When operated in blood in vitro, the sensor 
responded to the plasma concentration of glucose. 
No ambient temperature control was necessary. 
Dependent on the enzyme loading, the sensitivity 
was between 20 and 60 nV/mg % and the response 
was linear up to 250 mg %. The response time was 
typically less than 10 seconds. 

When operated in vivo in an anesthesized dog, 
the sensor responded appropriately to changes in 
glucose induced by injections of insulin. The 
response matched that found at the same temper- 
aturv<» and flow rate in vitro. 
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Laser-Doppler Stethoscope for Loa^free 
Recording of Skin Vibration , B H5k* 
Electronics Department, Institute of 
Technology, University of Uppsala, 
Box 534, S751 21 Uppsala, Sweden, 
P A Obcrg, I>cpartinent of Biomedical 
Engineering, University Hospital of LinkOping, 
S-581 85 Linkdping, Sweden. 

The widespread use of the conventional stethoscope points 
at the richness of skin vibrations as a source of clinical 
information. Attempts in objectifying these signals have, 
however been quite disappointing. Phonography, including 
phonocardiography and phonopulmography, is still not a 
quantitative, or even calibrated method. 
We suggest the use of a Laser-Doppler system as a 
reference method in phonography. It is shown that, by 
using a system based on a low power helium-neon laser 
and single-side-band techniques including a Bragg cell, it is 
possible to record and quantify the vibration of slan, loaded 
only by a flexible, tWn retroicflecting tape. 
Possible optical configurations are discussed, together \vith 
estimations of accuracy, bandwidth limitations and noise. 
Experimental recorQing<; will be shown with parallel 
conventional microphone signals. Also, the loading effect 
of applied mass on the skin surface is demonstrated. 



BE24-C.2 

Temperature Sensing with Fiberoptic 
Probes for Biomedical Applications, 
D.A.Christcnsen*, Dept. of 
Bioengineering, University of Utah/ 
Salt Lake City, Utah 84112 USA 

Applications are increasing for fiberoptic 
temperature sensing in the clinical 
environment, including tissue monitoring during 
elect romagnetica.lly-induced hyperthermia (for 
cancer therapy) , blood gas monitoring with 
multi-purpose fiberoptic catheters, and patient 
monitoring during magnetic resonance imaging 
(MRI) , Due to their use of nonconducting glass 
or plastic optical transmission fibers, these 
sensors possess unique advantages over 
conventional metallic temperature devices, such 
as electrical insulation, immunity from 
crosstalk, and nonper turbation in 

electromagnetic fields. 

Fiberoptic temperature sensors may be 
classified into t^hree general categories : 1) 
Intensity, 2) Wavelength, and 3) Time-domain. 
Example^j of each of these sensor types will be 
presented, including the liquid crystal tip 
(intensity), fluorescence decay (time-domain)/ 
Fabry-Perot cavity (wavelength), and the GaAs 
semiconductor sensor (wavelength) . 



BE24-C.3 

Optical Fiber Sensor For Joint 

Angle Mcasurcmc^.t 

M.M. Patil* and O.J. Prohaska 

Case Western Reserve University, Cleveland. 

Optical fibers were used to design a joint angle 
measurement device with the intention of using it 
for controlling finger position in the functional 
neuromuscular stimulation systems. Light trans- 
mitted through a joint of two fibers with their 
polished endfaces normally held perfectly aligned 
by silastic tubing, undergoes transmission losses 
when there is an angular ti^t between the fibers. 
These losses modify the int^.isity of light, which 
was detected by a photodiode aad was related to 
the angle between the two fibers. The fibers were 
placed such that they formed a joint beside 
(laterally) the phalangeal joint and were fixed 
on either side of the joint. Hence detection of 
the angle between the fibers leads to the deter- 
mination of the finger joint angle. 
Sensitivity (between 2 mV/o to 12.2 mV/^ ) and 
linearity of this device were found to be depen- 
dent on the position of the fibers in the 
silastic tubing, the tubing itself, as well as 
the different types, diameters and endface angles 
of the fibers. Investigations so far indicate 
that neither hysteresis nor temperature changes 
significantly affect the angle measurements. 



BE24-C.4 

LASER-BASED FIBER-OPTiC SENSORS, Frank V. Bright? 
Thomas A. Bctts, Gino C. Catena, Kevin S. 
Litwiler, and David P. Paterniti, Department of 
Chemistry, State University of New York at 
Buffalo, Buffalo, New York 1421A USA. 

Over the last decade, there has been a near 
exponential increase in the number of 
f luorimetrically-based fiber-optic sensors. 
During this time, fiber-optic sensors (FOS) have 
b'jen developed for the determination of everything 
fron biomoleculcs to metal ions. However, one of 
the continuing problems with FOS arises from 
matrix interferences. To b'lp these interference 
problems our group has been exploiting the 
inlierent multidimensional nature of fluorescence 
coupled to fiber-optic sensing. Specifically, 
our efforts are aimed at polarization, lifetime, 
and rotational dynamics information measured 
through long lengths of fiber optic. In this 
presentation, selected results from our labor- 
atory will be presented. In addition, it will be 
sho.^ that it is now possible to perform all 
measurements that were once restricted to a 
cuvette through a simple fiber optic probe. 
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BE24-C.5 

Evaluation of POET: Combined Pul3Q 
Oximetry and End^Tidal C02 monitor, E.V. 
Cheng*, k.A. Stonanel, Medical College of 
Wisr^nvxin, Milwaukee, WI 

The POET (Criticare Systems, Inc.) is the first 
monitor to coinbine both the pulse oximeter and 
side-3ts:eam infrared end-tidal C02 analyzer into 
a single unit. In this study we tested the 
accuracy of the POET in 15 healthy nonsmoking 
adult volunteers. Each patient was subjected to 
inspired O2 fractions of 1.0, 0.21, 0.12, 0.10, 
and 0.08, and then CO2 concentrations of 0, 3, 6 
and 7.5%. Subjects recquilibrated with room air 
for 5 minutes between each gas? mixture. 
Pulse oximetry sensors were placed on the index 
fingsr (Spf02) and the forehead (Sph02) . For 
each 0.^ concentration tested, a 30 second 
steady-state of Spf02 and Sph02 was needed be- 
fore drawing arterial blood for Sa02 determina- 
tion. A sampling line for PetC02 was placed 
just distal to the one-way exhalation valve. 
ABG were drawn and analyzed for PaC02 after 
PetC02 stabilized for 30 seconds for each 
concentration of C02. 

Linear regression was used for data analysis. 
Correlation coefficients jf 0.95, 0.98 and 0.95 
were found when comparing Sph02 to Sa02, Spf02 
to Sa02 and PetC02 to PaCOa respectively. Dur- 
ing this study the range of Sa02 was between 65- 
100% and PaC02 ranged between 35-55 mmHg. We 
conclude that the POET provides an accurate, and 
convenient single unit monitor for following 
Sp02 and PetC02. 



BE24-D.1 

Disposable Pressure Transducers for Research 
and for Clinical use, N.B. Jones*, G.L. 
Papageorgiou i V.C. Redding, Univercity 
cf Leicester at^ The Regional Cardio 
Thoracic Unit, Leicester, U,K, 

It Is known that the dynamic fluctuations of art- 
erial blood pressure with time arc significant 
diagnostic and prognostic indicators, particul- 
arly when related to flow mcasureacnts taken at 
the same point. Work in this area and on many 
other biological systems is revealing a require- 
ment for pressure transducers which do not 
produce serious flow disturbances and Can be 
introduced into very smaJl vessels and cavities. 
It is also required that in vivo transducers be 
robust and safe and have a wide bandwidth and 
good signal to noise ratio. If procedures devel- 
oped as a result of research are to be adopted 
into routine practice transducers should be easy 
to use. Disposability of the transducers is also 
of considerable significance particularly where 
HIV infection is a possible factor. This paper 
reviews the situation in pressure transducer 
technology from this viewpoint and shows that 
opportunities exist in a new class of fibre optic 
transducer which have already been made down to 
400 pm in diameter, having a bandwidth in excess 
of 1000 hz and a signal to noise ratio of at 
least 60 dB. 



BE24;D.2 

Guidewlre-motinted sensor for biomedical pressure 
measurements u Tcncra*. B. H6k, Electronics Department. 
Institute of Tcchnobgy. Box 534. S-751 21 Uppsala. Sweden. T. 
EngstrOm. 0. HammarstrOm. R. Lone. Radlsensor AB. 
Kungsgatan 70. S-753 21 Uppsala. Sweden. 

We have developed an ultramlnlature (0.5 mm diameter) 
pressure sensor and mounted It at the Up of a thin guldewlrs used 
for guiding the sensor to the measuring site. Tlie sensor uses a 
micro-optical pressure sensing element made by silicon 
mlcromachlnlng and fiberoptic signal transmission through a 
slngle-stralned hard«clad optical fiber. The measurement 
properties of the sensor (sensitivity, resolution, linearity, 
stability and frequency response) have been found fully 
adequate for clinical use. In animal experiments, the 
measurement properties In vivo, and tlie guiding properties of 
the assembled guldcwlrc sensors have been verified. 

Potential applications of the sensor Include left ventricular 
manometry, coronary artery investigations, manometry In 
small animals, catheter-tip localization, oesophageal motility 
measurment. Results will be shown from urodynamic 
measurements, artery pressure recordings with waveform 
analysis, venous pressure monitoring . pressure measurements 
in cardiac muscle tissue and In the kidney tissue. 



BE24-D*3 

Analysis of Pedobarograms Obtained by a 
Computerized Platform. A.Starita*, 
P.Dario, M Bergamasco and A.Fiorillo, 
Dipartimento di Informatica; Scuola 
Superiore S. Anna; Centre "E.Piaggio", 
University of Pisa, Pisa, Italy. 

Quantitative measurements of foot-ground 
pressure distribution arc becoming increasingly 
important in such areas as orthopaedics, 
rehabilitation, neurology, diabetology, 
biomechanics and sports medicine. 
Using a recently available commercial system 
(Ort^iomat, Polysens S.p.A., Florence, Italy) 
which consists of a platform incorporating 1024 
piezoelectric polymer-based sensors, an 
interface unit and a personal computer, 
pedobarographic images have been obtained in 
different experimental conditions (normal and 
pathological gait, load transfer). The images 
corresponding to the time evolution of pressure 
distribution have been processed in order to 
extract a number of potentially significant 
parameters (contact area, center of pressure, 
maximum load points). 
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The Design of an Ambulatory Blood 
Pressure Monitor , R. Branstetter* and 
J, Jaeb, Southwest Research Institute, 
San Antonio, Texas 

Daily blood pressure measurements are not adequate 
for some ambulatory, hypertensive patients. Often, 
cardiologists would like several measurements a 
day. Additionally, measurements taken at particu" 
lar events during the day, such as when the patient 
has taken medication, eaten a meal, or had an argu- 
ment with a spouse, might be very useful, 
A group of scientists and engineers have developed 
an ambulatory blood pressure monitor (ABPM). Mea- 
suring 3x7xlA cm and weighing only 800 g, this com- 
fortable device has several important features. The 
results from 800 blood pressure measurements can be 
stored in a small, removable, solid-state memory 
cartridge. Programmable keys on the face of the in- 
strument allow the patient to mark special events 
during the day. A serial communication port pro- 
vides easy down-loading of stored data to any com- 
puter. A rechargable battery provides 2A hours of 
operation. 

A CO2 cylinder and specially-designed valving 
yields a precise, constant cuff inflation or defla- 
tion rate. An important benefit of this gas >per- 
ated, cuff-inflation system is its very quie' oper- 
ation, as compared to similar electrical pump sys- 
tems. EEG records show that operation during 
sleeping hours can be attained without disturbing 
the patient. This monitor is the forerunner of the 
Nippon Colin ABPM-630. 



BE24-D.5 

USE OF A PIEZOFILM TRANSDUCER TO 
VERIFY PROSTHETIC LOADING, A. Levi*, 
J. Stoessel, ANCO Engi neers, Inc. , 
and L. Mader, David H. Grant .Medical 
Center. « 

A need exists ^or a capability to accurately 
measure loads applied on prosthetic lieibs by 
patients. This is critical in detemining 
proper loading of prosthetics and in pre- 
venting noncofipl 1 ance due to patient dis- 
coflifort and tissue damage. Classic trans- 
ducers have been too bulky to be oi clinical 
utility. A prototype pressure sensor package 
consisting of a piezoelectric polyner PVDP 
(tradename KYNAR) has been constructed that 
IS thin and flexible enough to fit between 
the patient and prosthetic and thus provide 
the clinician with sufficient inforsation on 
the loading contour to permit a more com- 
fortable fit between patient and prosthetic. 
The piezoelectric film is durable, and flex- 
ible enough to conform to any required inter- 
face between patient and prosthetic. For 
this effort, instrumentation Has installed on 
an interface cup for below-knee amputations. 
The cup was then placed between the patient 
and the prosthetic. Based upon a series of 
loading situations, a loading contour chart 
was generated which could be used by the 
clinician for modifications to the fit. 



BE24-D,6 BE24-E.1 

Apparatus for Measurement of skin Development of Medical Telemeter 

Elasticity in systemic Sclerosis Indirect Light Transmission. 

M. R. Neuman* S. P. Ballou, A. Mackiewicz k. Shlmizu*. N. KudoO. H. Murakami, 

and A. Lysikiewicz Matsumoto. Hokkaido 

^,r4.^«c.«,«^4.^v. r^^r^^.^^A r^^T * Univefsitx, Sap p 0 f 0 J ap an . 0 To s h i b a 

An extensometer for measurinct r«r« n/.4-^u/^>.^ 

♦ , ^ . ^ . . - . uorp. , Uotawara, Japan 
viscoelastic properties of the skin on the 

left volar forearm has been developed and xK^ro k««r. « ^^^^^4.^ -.u 

applied to discriminate between patients IJrt«f rf-.^n! . S- /m!^^ 

with scleroderma and age, sex and race trL^^^^^^n AitJnLh .I V I 

matched controls. The device stretches o'^r'TL ;^nn;«J nn^f r.nfn 

the skin from 20 to 28.5 mm at a constant u^L ^ / M'^!?'*'^ 

rate of 0.4 mm/s while continuously S^^tf^p ^ k i/^ f^"'^^!!! ^" 

measuring the associated force. The ^"^^ T I'^.,''"' '^l, 

sensor was held in contact with the skin L?J^rtip T tV, r llV^^^'t"," 

using a strong double sided adhesive tape ^^^^ °J .^^^ ^^f''*- To so ve th s problem 

which could be pulled away if the skin ^ ^"''''f "f^"« ^" ^"i^'lt^ 11'^^ ,. 

tension became too great. A microcomputer transmission is proposed. The distribu- 

collects the data and determines the ^"^^f!" , ^^J, " ^ room was 

elastance from the slope of the force- calculated, and the feasiblity of this 

elongation curve. A reasure related to technique was examined in various condl- 

plasticity .is an exponential curve fit to ^"^f^ ^^^^ possibility shown In 

the force r€,laxation at maximum extension. l^^. theoretical analysis, an optical 

The device was tested on thirteen patients telemeter using the Indirect light trans- 

with clinically documented scleroderma and Si^f^"" developed. The signals of 3 

thirteen matched controls. The \^'}^ ^.'""^^ temperature are multl- 

scleroderma patients had a mean elastance ? domain and modulated Into 

of 7.1 ± 3.3 (SD) N/mm whi A was a PIM pulse sequence. W th the developed 

significantly different from controls at telemeter the optical blotelemetry from a 

3.5 ± 0.63 (SD) N/mm (p < 0.005). This freely moving subject was carried out. A 

instrument may, therefore, be of use in stable data acquisition was demonstrated 

objectively evaluating patients with early subject In exercise, 
stages of scleroderma. 
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BE24-E.2 

Telemetry System for Intraoral Pressure 
Measurement, Y. Kato*, T. Kuroda and 
T. Togawar 2nd Dept. of Orthodontics, 
and Inst, for Med. and Dent. Eng., Tokyo 
Medical and Dental University, Tokyo, 
Japan. 

A telemetry system which can monitor the 
intraoral muscle pressures in subjects under un*- 
constrained conditions was developed. The system 
consists of an intraoral unit and an extraoral 
one. The external unit is about 2.6 kg including 
batteries and can be carried by the subject. 
Electrcxnagnetic coupling between an intraoral 
coil and an extraoral one is used to supply the 
Xx>wer to the intraoral unit and to receive the 
signal corresponding to the pressure of the up- 
per central incisor region. The cantilever type 
pressure sensor, which is 6 mm in diameter and 1 
run in thickness, was placed on a tooth. 
This system was applied in four adult male sub- 
jects. The averaged labial pressure of the upper 
central incisor was 1,5 g/cm^, 10.9 g/cm^, and 
5.0 g/cm during rest, swallowing and speech, 
respectively. The averaged lingual pressure at 
the same location was 4.0 g/cm^, 19.1 g/cm^ and 
13.9 g/cm during rest, swallowing and speech, 
respectively. It was proved that this telemetry 
system is applicable for unconstrained, long- 
terra' monitoring of intraoral pressures. 



BE24-E.3 

A MICRO TELEMETRY SYSTEM FOR NEONATAL 
MONITORING, Kenji Ikeda? Institute of 
Medical Electronics, University of 
Tokyo, Bunkyo, Tokyo 113, Japan 

Iisature babies, who need itnersive care and are 
protected in incubators, are in alaost all cases 
under fluorescent lightning for the treataents of 
jaundicw the newborn. In such occasion, the 
light energy can be utilised as the power source 
of the transaitter for wireless aonitoring of 
respiration or heart rate of the newborn* 
A very siaple, aicro transaitter, which contains 
no battery but opperates using the light energy, 
foi aeasuring saall displaceaent of abdoainal skin 
surface due to the respiration, is developed and 
Bade for trial. The size is 12xl2x6aa^, and the 
weight is approx. Ig. The skin surface displace- 
aent is aeasured by the saall change of the air- 
gap capaciatnce between the skin and the trans- 
aitter itself. The transaitter, being entirely 
solid without lead wires or connectors, is easy 
to sterilize and handle. 

VHF(70>'80MHz) radio wave is aodurated in FH. As 
the receiving antenna is installed just on the 
upper cover of the incuvator, only very weak radio 
wave is enough for teleaetering. This can avoid 
jaaaing when several systeas are used siaultane- 
ously in the saae rooa. Soae results obtained 
frx)n practical tests at a aaternity hospital will 
be shown for discussions. 



BE24-E.4 

Free-space Optical Data-link for 
Biomedical Telemetry, H. Odagiri, 
K. Shimizu*, and G. Matsumoto, 
Hokkaido Institute of Technology, 
Sapporo, ^Hokkaido University, 
Sapporo, Japan. 

A real-time transmission of biomedical 
signals has an increasing significance in 
the field of biotelemetry particularly in 
telemedic ine. With a view toward the 
multi-variable analysis of biological 
parameters under various environmental 
conditions, a system was developed which 
enables us to obtain the information of a 
patient from a remote place. The system 
consists of two stations connected with a 
free-space optical link. At the data 
acquisition site, biological signals are 
obtained, pre-processed by a microcompu- 
ter, multiplexed with color images and 
sounds, and transmitted in a beam of 
light. At the data-analyzing site, the 
light is received, and the different 
kinds of information are retrieved. Using 
this system, the data obtained at experi- 
mental fields or in a remote building can 
be fed to a large computer in another 
building which performs the advanced 
data-processing. The function of an auto- 
matic repeat request prevent the data 
loss in a short time interruption occured 
in the data-link. 



BE25.1 

Interaction of Weak ELF Magnetic Fields 
wvth Hydvated Protein Channels. a.R. 
Llboff* and M.D. Sevllla, Oakland Univer- 
sity, Rochester^ Michigan 48063. 

Experiments by different groups designed to test 
for ion cyclotron resonance (ICR) interactions 
indicate that it does not occur in all tissues. 
However, the Ca2+-dependent motility of diatoms is 
a sharp function of ICR tuning as is the uptake of 
Ca in human lymphocytes. Both systems not only 
undergo resonant changes as a function of magnetic 
field frequency but also vary according to the 
ionic charge-to-mass ratio. If the interaction 
site lies within the ion channel^ and the resonant 
frequency is determined by the dehydrated ionic 
mass, this may imply that the ICR transport mech- 
anism occurs in a structured aqueous lining within 
the channel^ and further that channels not having 
ulfu^/Ti^"""^"^^ hydration structures may not ex- 
hibit lOl. We have formulated a helical hydration 
tfodel that conforms to the interior symmetry and 
dimensions of the Gram A dimer channel. This model 
provides for the transmission of ions without loss 

" '''' ^^^^^ ^ periodic structure 

that is responsive, in principle, to ICR. 
Supported by DOE: offices of Energy Storage and 
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BE25.2 

Hagnetic Field Influence on Living Tissues 
M.S. Markovf Department of Biophysics, Sofia 
University, Sofia, Bulgaria 

The influence of static magnetic fields as well as 
magnetic fields produced by AC current has been 
studied. The range of field strength from back- 
ground to 350 mT has been carefully studied. 
The reactions of living tissues has been estimated 
by number of biophysical parameters including 
electrophoretic mobility of cells, passive elec- 
trical properties of membranes, light scattering, 
oxygen consumption, transmembrane potential, 
stability of cells and cell membranes to factors 
provoking cell lysis. 

Existence of specific levels of optimal effects 
at different tissues has been found. The "permitted" 
levels cf reactivity are similar to the "biological 
windows" supposed by W.R. Adey. 

In a series of experiments has been observed that 
magnetic field may act as a factor of preventing 
action of other physical and chemical factors, 
including ionizing radiation. 



BE25.3 

Influence of the Magnetic Field on Ion 
Movement near Biological Macromolecules: 

Theory and Experiments, 
A» Chiabrera *, M. Figueiredo, B. Bianco, 
J.J. Kaufman and A. A. Pilla, Univ. of Genoa, 
Italy and Mount Sinai School of Medicine, 
New York, U.S.A. 

Most bioelectrochemical processes depend on ion 
transport or adsorption. The ion velocity change, 
due to an electric field whose amplitude is propor- 
tional to the time variation of a periodic exogen- 
ous magnetic induction field, is computed, taking 
into account both the dc and ac magnetic Lorentz 
forces. The ac magnetic induction is very effective 
provided that its amplitude is related to the ion 
cyclotron frequency, or to its multiple values, and 
that the local viscosity is low. The j^^enomenon oc- 
curs at intensities of the dc magnetic induction 
that are also related to multiple values of the ion 
cyclotron frequency. The predicted maximal effecti- 
veness offers a consistent explanation of some ex- 
perimental results so far obtained affecting the 
swinuni )g direction of paramecia under electromag- 
netic exposure. 



BE25.4 

Mechanism of Microwave Radiation Effect on Biological 
Objects, S.l. Kirkilevsk^', Ta. I Khokhlich, V.A. 
Pavlenkoj^ U.H. Korpan, Kiev Medical Institute, 
2i>20OU Kiev, USSR. 

Theoretically groundea model has been worked out, 
suggesting that enzyme molecules can be the 
application point for the microwave electromagnetic 
field of nonthermal intensity. Frequency resonance 
of electromagnetic field with the inherent oscillation 
frequency of the enzyme molecule leads to alteration 
in kinetics and direction of fermentation. 

The experimental research has proved the elaborated 
theoretical pattern, which allowed to apply patho- 
genetic approach in treatment and prevention of 
some diseases by using extremely high frequency 
(microwave) radiation procedures. The research 
has resulted in a conclusion that full variety of 
biological and medical effects induced by microwave 
EHK radiation can be explained by this hypothetic 
mechanism, which is of great importance for biology 
in general, and medicine, and social hygiene. 



BE26-A.1 

Uauu/imzrvta oi RzgAjonaZ SZood F£ow 
iht Voot by mea*i6 TKanhizvit ThwmZ 
CZmnanct Metftod. M. Nitzan*, Y. Mahler 
and Z. Abramowltz, Jerusalem College of 
Technology, Jerusalem 91160, Israel 

The non-invasive transient thermal clearance me- 
thod provides a means for the assessment of region- 
al blood flow (RBF), in unit of ml blood per lOOg 
per minute. The ratio of the blood pressure in the 
artery supplying the tissue and the RBF in it is 
the specific microvascular resistance (SMR) . 
RBF and arterial blood pressure were measured on 
the dorsum of the foot, for diabetic and non- 
diabetic patients. For most of the non-dlabetlc 
patients, RBF and arterial blood pressure were 
mutually proportional, indicating that SMR Is 
approximately constanc. Some of the patients, 
however, showed different values of SMR, either 
below or above the range of normal SMR. As for 
the diabetic patients, no correlation between RBF 
and arterlol blood pressure was found. The mean 
value of SMR for the diabetic patients was signif- 
icantly lower than that of the non-diabetic pa- 
tients. 
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BE26-A.2 

THERMAL CAMERA IMAGING TO MEASURE 
PERFUSION FROM THE TISSUE SURFACE 
J.C. Chan*, J.W. Valvano, Ph.D., J.A. Pearce, Ph D 
LJ. Hayes, Ph.D., S.A. Prahl 
University of Texas, Austin, Texas 

A thermal washout technique is being developed which 
measures perfusion from the tissue surface. This perfusion 
measurement is similar to other indicator washout techniques. 
The basic approach is to apply a heat source to the surface of 
a tissue for exacdy 60 seconds. The heat source is then 
removed and the temperature recovery is monitored with a 
calibrated thermal camera. Blood flow significantly affects 
local heat transfer making this technique quite sensitive. 
Highly perfused tissue will absorb more heat and, hence will 
have a smaller temperature increase and a faster recovery back 
to baseline. ' 

The finite element numerical method is used to model 
the heat transfer problem with realistic geometries and 
bouridary conditions. The relationship between the actual 
perfusion and the measured temperature response is 
determined using both analytical and numerical techniques. It 
is important that the boundary and initial conditions be care- 
fully controlled and monitored during both the warming and 
cooling phases. In vivo experiments with alcohol fixed 
canine kidneys demonstrate the feasibility of the technique 
The disturbing facton include: uncertainty of the temperature 
measurement, uncertainty of the time measurement, baseline 
temperature gradients, and perfusion gradients. 



BE26-A.4 

Thermal Conductance and the Pattern of Distri- 
bution of Blood flow. E. Raman*'", V. Vanhuyse, 
M. Maes and J. Jans sens. Univ. of Antwerp, 
R.U.C.A., B-2020 Antwerp, Belgium. 

To examine die active elements of the thermal regu- 
lation in extremities many researchers measure the 
physiological thermal conductance of perfused tis- 
sue. The results are often in contradiction with 
the findings from other blood flow methods (e.g. 
radioactive clearance rate). We studied the rate of 
blood flow, the distribution of flow and the heat 
loss by means of an analytical circulation model 
and compared the results with the thermal conduc- 
tance parameter. The model is fitted by experimen- 
tal blood flow (venous occlusion plethysmography) 
and heat loss (calorimetry) measurements. Results 
presented show that thermal conductance is a poor 
parameter to determine rate of blood flow (systemic 
errors of 50X) specially when the distribution of 
flow changes. 

Our conclusion is that only analytical studies sup- 
ply the correct chara'^teristics of the active ther- 
mal regulation, such as: cutaneous blood flow, pat- 
tern of distribution, counter current heat exchan- 
ge, blood temperature. 
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BE26-A,3 

Computed Thermography System applied to 
Dynamic Analysis of Skin Surface Temperature, 
I. Fujimasaf T.Chinzci. K. Mabuchi. Y. Abe. and K.Atsumi. 
RCAST and IME, University of Tokyo,4^-l Komaba. 
Tokyo. 153 Japan 

The computed thermography systcm(CTS) has been applied 
mainly to temperature abnormality in steady state caused by 
sympathetic irregular stimuli and peripheral blood flow 
obGtructicn. The fundamental analyzing procedures are the 
asymmetry detection of temperature distribution and image 
subtraction between two Uiermograms. Thcrmatome and blood 
flow distribution are two main cxpessions of the analysis. 
Recently, thermographic instruments can produce dynamic 
thermal images using Uie SPRITE detector or CCD elements. In 
thcrmograpic laboratories, doctors want to analyze dynamic 
skin temperature change which is caused by thermal or 
mechanical stress. For the rapid acquisition of dynamic 
thermal data, we have been developed a.high speed I/O interface 
and a large RAM memory system on personal computers of 
PC9801(NEC) and PC/AT(IBM). The algoriUims of Uie software 
system consist of two parts: transient analysis and spectral 
analysis. The principle of the transient analysis in thermal 
phenomena under strong external load is depended upon Uie 
detection of Uie gradient of temperature change. The pattern 
expression is named secondary differentiated thermograms. As 
the spectral analysis, cycles of fluctuation of skin surface 
temperature are calculated by FFT. The expressed pattern is 
called the thermal rhythm spcctrography These images are 
possible to explain dynamic sympathetic function activity to 
skin arterioles and arc useful to the pathophysiological 
analysis of autonomic nerve disorder. 



BE26-A.5 

Measurements of Tissue Thermal Conductivity and 
Perfusion using Sinusoidally Self-Heated Thermistors 
G. Anderson*, J. Valvano, J. Pearce, L. Hayes 
University of Texas, Austin, Texas 

A microcomputer based instrument is being 
developed which simultaneously measures intrinsic thermal 
conductivity and perfusion. In this technique, the 
combination of a steady state and sinusoidal voltage is 
applied to heat a miniature thermistoi probe inserted 
invasively into the tissue of interest. A second themiistoris 
used to measure the baseline tissue temperature. The applied 
electrical power and the resulting temperature rise are 
measured by the microcomputer based instrument 

An approximation is used to lump the heat transfer 
due to perfusion and conduction into an effective 
conductivity term. Perfusion is then linearly related to the 
difference between effective and intrinsic conductivity 
measurements. The probe sensitivity increases with its size. 
The steady state response is sensitive to both conduction and 
perfusion. The excitation frequency is chosen such that the 
smusoidal response is sensitive to intrinsic thermal 
conductivity hut insensitive to perfusion. This procedure 
gives a simple but effective method for separating conductive 
and convective transport without the necessity of intemipting 
blood flow, as is required in previous techniques. 

The accuracy of the thermal conductivity 
measurement is 2% over the range of 3 to 6 mW/cm-*C. 
Measurements in alcohol-fixed canine kidneys demonstrate 
that the instrument can simultaneously measure intrinsic 
themial conductivity and effective thermal conductivity in 
perfused tissue. 
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BE26-A.6 

Non-contact Skin Emissivity Measurement by 
Switching Two Shades of Different Temperatures, 
T.Togawa? Tokyo Medical and Dental University, 
2-3-10, Kanda Surugadai, Chiyoda-ku, Tokyo 

Although skin emissivity data in far-infrared 
region is required for accurate thermographic 
studies, no convenient method to measure skin 
emissivity has been provided* A difficulty in the 
conventional methods is to determine actual radia- 
tion source temperature at the skin. To overcome 
this, we employed a simple reflectance measure- 
ment, which is essentially an emissivity measure^ 
ment. Two shades of 10 cm in diameter were used, 
and one was kept in room temperature, and the 
other about 20 C above that. The surface inside 
the shades was coated with black paint. The object 
skin surface was kept just under a shade, and the 
radiation from the skin was observed by a radiome- 
ter having sensitivity in 8-14um, through a hole 
of the shade. Then the shade was switched to the 
other by a slide mechanism, and observe the change 
in the radiation energy. The reflectance, and thus 
the emissivity can be calculated only from the 
radiation energies before and after switching, and 
temperatures of these shades, which determine the 
ambient radiation temperatures under the shades. 
By this method, each measurement can be made wit- 
hin one minute, and because of non-contact fea- 
ture, this method is safely applicable for measu- 
rements in the pathological skin. 



BE26-B.2 

Whole Body Heat Balance during the 
Human Thoracic Hyperthermia, 
Zheng Lou*, Wen-Jei Yang, the 
University of Michigan, Department of 
Mechanical Engineering and Applied 
Mechanics, Ann Arbor, MI48109-2125, 
^^SA. 

To predict the temperature fields or to derive the 
heating strategy according to the desired 
temperature range before tumor treatment, most of 
the investigators use the so-called bio-heat 
equation. In the perfusion term of the equation, 
incoming blood temperature is generally 
considered to be constant. But due to the large 
intensity of energy influx, especially in the 
treatment of the human thoracic tumor, the body 
core temperature may be raised. 
A whole body heat balance model during 
hyperthermia is developed. In the model, local 
temperature is calculated using a finite element 
model. The perfusing blood, along with its energy, 
is circulated to the rest of the body, where the heat 
dissipation is calculated using lumped models. 
With this model the effect of the power dosage on 
the body core temperature and thus on the 
temperature fields is analyzed for the human 
thoracic hyperthermia. 



A Coupled Electrical and Tliermnl Finite Element Model of 

Self-Heated Thermistors 
J. Valvano*, G. Anderson, J. Pearce, L. Hayes, C. White 
University of Texas, Austin, Texas 

Thermistors are used as both active and passive 
transducers in a variety of medical instruments. Previous 
thermal models treated the thermistor as either a single point 
or as a lumped sphere of homogeneous properties. When 
the thermistor is self-heated, these simple models do not 
accurately predict the relationship between the applied 
electrical power and the resulting temperature rise. 

A closed form analytic temperature distribution can 
only be found if the self-heated thermistor is spherical and 
the power is dissipated uniformly in all regions of the bead. 
Unfortunately, both assumptions are false. A nonuniform 
power deposition results because the hottest areas within the 
thermistor also have the greatest electrical conductivity. 

Transient 2-D finite element electrical and thermal 
models arc used to examine the complex interaction between 
applied electrical power a.nd resulting temperature rise. 
Realistic geomeuies can be entered into this program. 
Initially, the ele^:uical properties and temperature are 
uniform. At each time step, the electric field is calculated 
from the electrical properties generated in the previous step. 
Then, the nonuniform applied power is calculated from the 
electric field. Then, a new temperature distribution is 
w Iculated from the applied power, the thermal properties, 
and the tissue blood flow. Lastly, new electrical properties 
are calculated based on the temperature field. This process 
iterates back and forth until steady state is reached and final 
power and temperauire distributions arc obtained. 



BE26-B.3 

ON THE THERMAL CONTACT BETWEEN BONE 
AND ARTIFICIAL JOIIITS 

•k 

L. S. Fletcher , and G. P. Peterson 
Department of Mechanical Engineering 
Texas ASM University 
College Station, Texas 77843 

Wherever there is an imperfect n'echanical 
contact and a temperature gradient, a temperature 
discontinuity will occur. This temperature 
discontinuity is normally described in terms of 
the thermal contact conductance, defined as the 
heat flux divided by the apparent interface area. 
Understanding of this temperature discontinuity 
along with the associated thermal conductivity of 
bone and cement materials is important in order 
to better understand the thermal phenomena that 
occur as a result of the heat generated during 
curing of the cement and also the dissipation of 
localized heating caused by friction. 

Presented here are the results of an 
experimental investigation in which the effective 
thermal contact conductance occurring at the 
interface between bone and stainless steel were 
measured. Joints utilizing four types of ?oly- 
methylmethacrylate (PMMA) based bone cenients were 
tested and measurements of the thermal contact 
conductance were made along with measur-sments of 
the thermal conductivity of the bone material for 
th saturated and dry conditions. 
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BE26-B.4 

Quantitative Analysis of Tissue Coagula- 
tion by Electrosurgical Current, Choh-Fei 
Yeap* and John A. Pearce^ Dcpt of Electrical & 
Computer Engineering, UT-Austin, Austin, Texas. 

Electrosurgery has been in wide-^read clinical use for 
over 60 years, yet physical data on the generation of cali- 
brated lesions arc not available. 

Electrosurgical current (500KHz) has been applied 
through a circular electrode (5mm diameter) to canine heart 
muscle in vitro . Rms voltage, current and surface tempera- 
ture, measured by a thermocouple at the electnxie center 
were recorded. 'Hie surface spatial temperature distribution 
was also determined using a vidcoHscanning thennal camera. 
Prclitninary experimental results suggest that the electrical 
conductivity of tissue decreases markedly when coagulation 
initiates at about 65^0. 

The thermodynamics of tissue coagulation by electro- 
sturgcry is modeled by noniinearly-coupled Laplace and Bio- 
Heat equations including the nonlinear temperature depen- 
dence of electrical and thermal conductivity. The 2-D Finite 
Element and Newton-Raphson methods were utilized to pre- 
dict power density and temperature as a function of both time 
and position. Anrhcnius reaction rate function o'as used to 
estimate severity of tissue damage. Good agreement was 
obtained between computed and experimental temperatures 
prior to structural and properties changes due to coagulation. 



BE26-B.5 

Thermal Monitoring with an Ingestihle 
Rechargeable Capsule, J.C. Lesho», A.F. Hogrefe, 
R.C. Eberhart, V^.E. Radford and H.K. Charles, 
Johns Hopkins University Applied Physics 
Laboraloiy Johns Hopkins Road Laurel, Md. 20707 

Rechargeable ingestible thermal monitoring capsules 
have been designed, fabricated and tested. Two versions have 
been attempted. The first continuously telemeters data, 
while the second telemeters data only when commanded. 
BoUi versions use an inductive link for data transmission and 
recharging. The conunandable version also uses the inductive 
link for commands. 

A batteiy powered receiver has also been designed, 
fabricated and tested. Data may be logged manually or 
automatically by an IBM PC 

The ingestible capsule is eight millimeters in diameter 
and 21 millimeters long. The electronics are encapsulated in 
epoxy then coated in silicone rubber. The capsule is 
rechargable without having to take it apart. The system has 
a resolution of O.l^'C. Readings from the continuous pill can be 
taken once per second. The conunandable piU can be queried 
four limes per minute. 

Results of the first tests of the capsule are summarized in 
the paper. The ongoing program for the development of a four 
channel system to measure temperature, pH, heart rate and 
pressure is also described. 

The support of the NASA Goddard Space Flight Center is 
gratefully acknowledged. 



BE26-B.6 

CRYOPRESERVATION OF ORGANS USING 
OPTIMIZATION METHODS, G.S. Dulikravich*, 
J.V. Madison, PennState Univ., State College, 
PA 16803, and L.J. Hayes, Univ. of Texas, 
Austin, TX 78712, USA. 

The survivability of living tissues and organs is 
a strong function of the local cooling rates in 
each part of- the organ. When preserving an organ, 
a maximum survival rate can be achieved by main- 
taining optimal local cooling rates. The optimal 
cooling rates for each type of the tissue can be 
experimentally determined. We will demonstrate 
that the optimal local cooling rates can be enfor- 
ced by unsteady temperature variation on the walls 
of a container in which the cryoprotective fluid 
and the organ are located. An optimal time-space 
variation of the container wall temperature can be 
determined computationally using an inverse formu- 
lation. This represents an entirely new scientific 
approach to living tissue banking that is based on 
sound physical and mathematical grounds. The con- 
cept of optimized distributed cooling has been re- 
cently mathematically formulated and computationa- 
lly proven by the lead authors for the two-dimen- 
sional case of pure heat conduction in a kidney 
and the cryoprotective fluid. The mathematical mo- 
del included three regions with different heat 
diffusivities, but did not account for latent heat 
release during the phase change. The latent heat A ^ r\ 

release and variable diffusivities will be included. ^ X' 
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